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Results in this report relate only to the sample(s) analyzed.

SDG No. Order No.  Client Sample ID (List Order) Lot-Sa No. Work Order Report DB ID  Batch No.

WO07491 F16-041 B35KW9 J6E310414-5 M8PJ51AA 9M8PJ510 6153037
B35KX5 J6E310414-2 M8PJ21AA 9M8PJ210 6153037
B35KY2 J6E310414-4 M8PJ41AA 9M8PJ410 6153037
B35KY8 J6E310414-1 M8PJ11AA 9M8PJ110 6153037
B35L12 J6E310414-6 M8PJ61AA 9M8PJ610 6153037
B35L19 J6E310414-3 M8PJ31AA 9M8PJ310 6153037
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June 23, 2016

Certificate of Analysis

CH2M Hill Plateau Remediation Company
P.O. Box 1600

Mail Stop — R3-60

Richland, WA 99352

June 23, 2016

Attention: Scot Fitzgerald

SAF Number : F16-041

Date SDG Closed : May 27, 2016
Number of Samples : Six (6)

Sample Type : Water

SDG Number : W07491

Data Deliverable ; 15-Day / Summary

CASE NARRATIVE

I Introduction

On May 27, 2016, six samples were received at TestAmerica (TARL). Upon receipt, the samples were
assigned laboratory ID numbers to correspond with the CH2M specific IDs.

1. Sample Receipt

The samples were received in good condition and no anomalies were noted during check-in.

1. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors.

The requested analyses were:
Gamma Spectroscopy
Gamma Spec (LL) by method RL-GAM-001
Gamma Spec by method RL-GAM-001

V. Quiality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
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CH2M Hill Plateau Remediation Company
June 23, 2016

in the "Comments" section.

QC and sample results are reported in the same units.
V. Comments

Gamma Spectroscopy

Gamma Spec (LL) by method RL-GAM-001:

No analytical or quality issues were noted. The sample results and associated batch QC results are within
contractual requirements.

Gamma Spec by method RL-GAM-001.:
No analytical or quality issues were noted. The sample results and associated batch QC results are within
contractual requirements.

We certify that this data package is in compliance with the SOW, both technically and for completeness,
including a full description of, explanation of, and corrective actions for, any and all deviations, from
either the analyses requested or the case narrative requested. Release of the data contained in this hard
copy data package has been authorized by the Laboratory Analytical Manager (or designee) and the
laboratory’s client services representative as verified by their signatures on this report.

Reviewed and approved:

Digitally signed by
Steven Campbell
Date: 2016.06.23
15:33:22-07'00'

Steven Campbell
Project Manager Assistant

30f23
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Drinking Water Method Cross References

Results in this report relate only to the sample(s) analyzed.

Uncertainty Estimation

TestAmerica Richland has adopted the internationally accepted approach to estimating
uncertainties described in “NIST Technical Note 1297, 1994 Edition”. The approach, "Law of Propagation
of Errors”, involves the identification of all variables in an analytical method which are used to derive a
result. These variables are related to the analytical result (R) by some functional relationship, R = constants
*f(x,y,z,...). The components (X,y,z) are evaluated to determine their contribution to the overall method
uncertainty. The individual component uncertainties (u;) are then combined using a statistical model that
provides the most probable overall uncertainty value. All component uncertainties are categorized as type
A, evaluated by statistical methods, or type B, evaluated by other means. Uncertainties not included in the
components, such as sample homogeneity, are combined with the component uncertainty as the square root
of the sum-of-the-squares of the individual uncertainties. The uncertainty associated with the derived result
is the combined uncertainty (u.) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/?n), where S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-random components that are not

included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are

available on request.

DRINKING WATER ASTM METHOD CROSS REFERENCES

Referenced Method Isotope(s) TestAmerica Richland's SOP No.
EPA 901.1 Cs-134, I-131 RL-GAM-001

EPA 900.0 Alpha & Beta RL-GPC-001

EPA 00-02 Gross Alpha (Coprecipitation)| RL-GPC-002

EPA 903.0 Total Alpha Radium (Ra-226) |RL-RA-002

EPA 903.1 Ra-226 RL-RA-001

EPA 904.0 Ra-228 RL-RA-001

EPA 905.0 Sr-89/90 RL-GPC-003

ASTM D5174 Uranium RL-KPA-003

EPA 906.0 Tritium RL-LSC-005

TestAmerica Inc
rptGenerallnfo v3.72
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Report Definitions

Action Lev

Batch

Bias

COC No

Count Error (#s)
CSU (#s)

u. Combined
Standard Uncert.
(#s), Coverage

Factor
CRDL (RL)

Lc

Lot-Sample No

MDC|MDA

Primary Detector

Ratio U-234/U-238

Rst/MDC

Rst/TotUcert

Report DB No

RER

SDG

Sum Rpt Alpha
Spec Rst(s)

Work Order

Yield

An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action
Level. Often the Action Level is related to the Decision Limit.

The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

Defined by the equation (Result/Expected)-1 as defined by ANSI N13.30.
Chain of Custody Number assigned by the Client or TestAmerica.

Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result. For Liquid Scintillation Counting (LSC) the batch blank count is the background.

All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure
of the uncertainty associated with the result, u. the combined standard uncertainty. The uncertainty is absolute and
in the same units as the result.

The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.

Contractual Required Detection Limit as defined in the Client’s Statement Of Work or TestAmerica “default”
nominal detection limit. Often referred to the reporting level (RL)

Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and VVolume
associated with the sample. The Type | error probability is approximately 5%. Lc=(1.645 *
Sqrt(2*(BkgrndCnt/BkgrndCntMin)/SCntMin)) * (ConvFct/(Eff*YId*Abn*Vol) * IngrFct). For LSC methods the
batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count
is zero.

The number assigned by the LIMS software to track samples received on the same day for a given client. The
sample number is a sequential number assigned to each sample in the Lot.

Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type | and Il error probability of approximately 5%. MDC = (4.65 *
Sqrt((BkgrndCnt/BkgrndCntMin)/SCntMin) + 2.71/SCntMin) * (ConvFct/(Eff * Yld * Abn * Vol) * IngrFct). For
LSC methods the batch blank is used as a measure of the background variability.

The instrument identifier associated with the analysis of the sample aliquot.

The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 4321C is
1.038.

Ratio of the Result to the MDC. A value greater than 1 may indicate activity above background at a high level of
confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than 1 may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order
Number.

The equation Replicate Error Ratio = (S-D)/[sqrt(TPUs? + TPUd?)] as defined by ICPT BOA where S is the original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate sample.

Sample Delivery Group Number assigned by the Client or assigned by TestAmerica upon sample receipt.

The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where
the results are in the same units.

The LIMS software assign test specific identifier.

The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method.

TestAmerica Inc

rptGenerallnfo v3.72 50f 23
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Sample Results Summary Date: 23-Jun-16

TestAmerica Inc TARL
Ordered by Method, Batch No., Client Sample ID.

Report No. : 68820 SDG No: W07491
Client Id Tracer
Batch Work Order Parameter Result +- CSU ( 2's) Qual  Units Yield MDL CRDL RPD
6153037 GAMMA_GS
B35KW9
M8PJ51AA CO-60 3.05E+00 +- 1.9E+00 U pCi/L 4.12E+00 1.00E+01
CS-137 7.27E-02 +- 1.4E+00 U pCi/L 2.53E+00 1.50E+01
B35KX5
M8PJ21AA CO-60 7.63E-01 +- 1.7E+00 U pCi/L 3.36E+00 1.00E+01
CS-137 -1.09E+00 +- 1.5E+00 U pCi/L 2.46E+00 1.50E+01
B35KY2
M8PJ41AA CO-60 -9.34E-01 +- 1.3E+00 U pCi/L 2.14E+00 1.00E+01
CS-137 -2.17E-01 +- 1.2E+00 U pCi/L 2.12E+00 1.50E+01
B35KY8
M8PJ11AA CO-60 6.96E-01 +- 1.8E+00 U pCi/L 3.56E+00 1.00E+01
CS-137 3.90E-01 +- 1.3E+00 U pCi/L 2.44E+00 1.50E+01
B35KY8 DUP
M8PJ11AC CO-60 -1.08E-01 +- 2.1E+00 U pCi/L 3.73E+00 1.00E+01 273.7
CS-137 6.31E-01 +- 2.1E+00 U pCi/L 3.72E+00 1.50E+01 47.2
B35L12
M8PJ61AA CO-60 -4,14E-01 +- 1.4E+00 U pCi/L 2.51E+00 1.00E+01
CS-137 -2.12E-01 +- 1.3E+00 U pCi/L 2.20E+00 1.50E+01
B35L19
M8PJ31AA CO-60 -5.80E-02 +- 1.7E+00 U pCi/L 3.18E+00 1.00E+01
CS-137 -2.35E-02 +- 1.4E+00 U pCi/L 2.58E+00 1.50E+01

No. of Results: 14

TestAmerica Inc RPD - Relative Percent Difference.

U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan

rptTALRchSaSum sofoware.

mary2 V5.5.1
A2002
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QC Results Summary Date: 23-Jun-16

TestAmerica Inc TARL
Ordered by Method, Batch No, QC Type,.

Report No. : 68820 SDG No.: W07490
Batch Tracer LCS
Work Order Parameter Result +- CSU ( 2s) Qual Units Yield Recovery Bias MDL
GAMMA_GS
6153037 BLANK QC,
M8PQ51AA  CO-60 -2.90E-01 +- 1.6E+00 U pCi/L 2.87E+00
CS-137 -6.67E-01 +- 1.7E+00 u pCi/L 2.98E+00
6153037 LCS,
M8PQ51AC  CO-60 4.22E+01 +- 8.3E+00 pCi/lL 112% 0.1  4.05E+00
CS-137 4.69E+01 +- 8.4E+00 pCi/L 93% -0.1  4.42E+00

No. of Results: 4

TestAmerica Inc Bias - (Result/Expected)-1 as defined by ANSI N13.30.
rptSTLRchQcSum U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
mary V5.5.1 A2002

14 of 23 14 Of 23



€C40GL

2002v H.%@/
‘91eM1J0S UBdS ewweb Aq paLuapl 10U 10 TdY ‘189UN [e10.1 ‘[PW/ePW/OPIA "elia11id BUIWI| 8A0qe Pa12alap 10U Ing 1oy pazAeuy - end o oldwesuddTLgds

"aWN|oA pue ‘plaIA ‘Aouaiolyg ajdwes ayl Aq paisnipe “yjue|q 1o punoibxoeq Juswniisul Uo paseq [9A37 UOISID9Q ‘U0119318d - 971'VANIDAW au| mo:oEﬁ_mk

—
©
-
o
N
)
(q\}
(D)
c
> ISjUBsWWOD Z :S}nsay Jo ‘ON
L)
1 90 TO+30S'T  00+3EC'T
T$ETHID 9/6'T d G€:50 9T/02/9 970 10d 00+3rYE 00+3€'T 00+3€'T N T0-306°€ LET-SD
1 9.0 TO+300'T  00+38.'T
T$ETHID 9/6'T d G€:50 9T/02/9 AL 710d 00+395°€ 00+38'T 00+38'T N T0-396°9 09-02
0TTCdSNG Al 9a 1oday VVTICdSIN 48pIO Y10M SO VININYD LE0EST9 :yoreg
1019918( azIS azIS areq daid weonioLnsy (1d)1adD 27 A7 UOHIY (s 2) (s¢)iong  end 1nsay 1sjawesed
Arewid onbily  es felol ‘sisAfeuy ‘Jannsy PIBIA ‘nun 1dy “Jan Nnso unod
"ON Yoreg ‘ql a|dwes us1|D Ag paiapio
HILVM XLTe 890-T#0-9T4 :'ON D00 8AMSED @l 8jdwes 1ual|D
INd 00:02:€ 9T0¢//2/S  :8)ed paAladay 02889 :°ON loday T-¥TPOTEIIC :'oN 9|dwes-107
NV 00:8T:6 9T0¢/L¢/S :@Te uo1123||0D T6%7.0M ‘9ds Ju| edlIBWYISa L ;aweN ge

S171NS3d A1dIANVS
| NHO4

9T-unr-g¢ ared



€C4091

2002v H.%@/
‘91eM1J0S UBdS ewweb Aq paLuapl 10U 10 TdY ‘189UN [e10.1 ‘[PW/ePW/OPIA "elia11id BUIWI| 8A0qe Pa12alap 10U Ing 1oy pazAeuy - end o oldwesuddTLgds

'BWN|OA pue ‘plaiA .>OC®_o_tm_ w_QEmww ayl \AQ Umuwj.:um ‘yue|q Jo UCJO_@v_OmQ jusawinJisul uo paseq |9A97 UOISI09Q ‘UoNdvlaq - O|__<D_>__UD_>_

Ju| edlla E<uam._.

—i
O
—
o
(q\]
o
(q\}
(D)
C
> ISjUBWIWOD Z :S1nsay jo ‘ON
=
1 (g1)- TO0+30S'T  00+3€T'T
T$TTHID 88L6'T d ¥S:TT 9T/02/9 v°0- Inod 00+39%°2 00+3S'T 00+3S'T N 00+360°T- LET-SO
1 880 T0+300°T 00+389°T
T$TTHID 88L6'T d ¥S:TT 9T/02/9 €20 Inod 00+39¢°€ 00+3L'T 00+3L'T N T0-3€9°L 09-02
0TZCd8NG :dl 9d 1oday VVTZCd8IN :19pJO HI0M SO VINAYD LE0EST9 -ydreg

1010919 VAL EVALS ajeq dalid waonlolnsy (1)1add 27 A9 UONOY (s 2) (s¢)iou3 end 1Insay J9laweled

Arewd jonbiy es [e1ol ‘siskleuy 1anisy PIBIA ‘nun 1dy 1A Nnso 1uno)

"ON Yoreg ‘ql a|dwes us1|D Ag paiapio

d31VM XUTeN 9S0-T¥0-9Td - 'ON 000

Nd 00:02-€ 9T0Z/L2/S  8re  pPaAladay
AV 00:0€:8 9T0¢/L2/S :8le@ uond9||0D

9T-unr-g¢ ared

02889 :'ON loday
T6¥.0M '9as

S171NS3d A1dIANVS
| NHO4

aXMSed @l ajdwes sl
¢-¥TPOTEIIC :'oN 9|dwes-107

JU] BO1IBWYISA L ‘aweN ge’



€240 L1

2002v H.%@/
‘91eM1J0S UBdS ewweb Aq paLuapl 10U 10 TdY ‘189UN [e10.1 ‘[PW/ePW/OPIA "elia11id BUIWI| 8A0qe Pa12alap 10U Ing 1oy pazAeuy - end o oldwesuddTLgds

"aWN|oA pue ‘plaIA ‘Aouaiolyg ajdwes ayl Aq paisnipe “yjue|q 1o punoibxoeq Juswniisul Uo paseq [9A37 UOISID9Q ‘U0119318d - 971'VANIDAW au| mo:oESMP

—
O
—
o
(q\]
o
(q\}
(D)
C
> ISjUBWIWOD Z :S1nsay jo ‘ON
=
1 €0°0- TO+30S'T 00+362°T
T$ETHIAD L18/6'T d GS:TT 9T/02/9 T0°0- Inod 00+385°¢ 00+3av'T 00+3av'T N ¢o0-3s€¢- LET-SO
1 10°0- T0+300°T 00+36S'T
T$ETHIAD 118/6'T d GS:TT 9T/02/9 c0'0- Inod 00+38T°€ 00+3L'T 00+3L'T N <20-308°'G- 09-02
O0TECdSNG Al 9d 1oday VVTECHSIN :19pJO HI0M SO VINAYD LE0EST9 -ydreg
1010919 VAL EVALS ajeq dalid waonlolnsy (1)1add 27 A9 UONOY (s 2) (s¢)iou3 end 1Insay J9laweled
Arewd jonbiy es [e1ol ‘siskleuy 1anisy PIBIA ‘nun 1dy 1A Nnso 1uno)
"ON Yoreg ‘ql a|dwes us1|D Ag paiapio
d31VM XUew 880-T¥0-9Td - 'ON D02 67159 :q| a|dwes 1ual|D
Nd 00:02-€ 9T0Z/L2/S  8re  pPaAladay 02889 :'ON loday €-YTPOTEIIC :'oN 9|dwes-107
NV 00:0G:TT 9T0Z/LZ/S :©re@ uonda||0D T67.0M :9ds Ju|] BdllsWwvi1sa L :aweN ge’

S171NS3d A1dIANVS
| NHO4

9T-unr-g¢ ared



€C408l

2002v H.%@/
‘91eM1J0S UBdS ewweb Aq paLuapl 10U 10 TdY ‘189UN [e10.1 ‘[PW/ePW/OPIA "elia11id BUIWI| 8A0qe Pa12alap 10U Ing 1oy pazAeuy - end o oldwesuddTLgds

'BWN|OA pue ‘plaiA .>OC®_o_tm_ w_QEmww ayl \AQ Umuwj.:um ‘yue|q Jo UCJO_@v_OmQ jusawinJisul uo paseq |9A97 UOISI09Q ‘UoNdvlaq - O|__<D_>__UD_>_

ou| mo:oES%P

—
O
—
o
(q\]
o
(q\}
(D)
C
> ISjUBWIWOD Z :S1nsay jo ‘ON
=
1 1€°0- TO+30S'T 00+3.0°T
T$9THID 76.6'T d /G TT 9T/02/9 T0- Inod 00+32T°2 00+32C'T 00+32C°T N T0-3ALT¢C- LET-SO
1 (G'1)- T0+300'T  00+380°T
T$9THID 76.6'T d /G TT 9T/02/9 124'% Inod 00+3rTC 00+3€'T 00+3€'T N TO-3rE'6- 09-02
0TPCdSNG :dl 9d 1oday VVI?Cd8IN 19pJO HI0M SO VINAYD LE0EST9 -ydreg

1010919 VAL EVALS ajeq dalid waonlolnsy (1)1add 27 A9 UONOY (s 2) (s¢)iou3 end 1Insay J9laweled

Arewd jonbiy es [e1ol ‘siskleuy 1anisy PIBIA ‘nun 1dy 1A Nnso 1uno)

"ON Yoreg ‘ql a|dwes us1|D Ag paiapio

d31VM XUTeN 290-T¥0-9Td - 'ON 000

Nd 00:02-€ 9T0Z/L2/S  8re  pPaAladay
NV 00:09:0T 9T0¢/L2/S :@re@ uoi23||0D

9T-unr-g¢ ared

02889 :'ON loday
T6¥.0M '9as

S171NS3d A1dIANVS
| NHO4

ZAMSEG Q| a|dwes a1
P-¥TPOTEIIC :'oN a|dwes-107

JU] BO1IBWYISA L ‘aweN ge’



€2 4061

2002v H.%@/
‘91eM1J0S UBdS ewweb Aq paLuapl 10U 10 TdY ‘189UN [e10.1 ‘[PW/ePW/OPIA "elia11id BUIWI| 8A0qe Pa12alap 10U Ing 1oy pazAeuy - end o oldwesuddTLgds

'BWN|OA pue ‘plaiA .>OC®_o_tm_ w_QEmww ayl \AQ Umuwj.:um ‘yue|q Jo UCJO_@v_OmQ jusawinJisul uo paseq |9A97 UOISI09Q ‘UoNdvlaq - O|__<D_>__UD_>_

ou| mo:oESWMP

—
O
—
o
(q\]
o
(q\}
(D)
C
> ISjUBWIWOD Z :S1nsay jo ‘ON
=
1 TT°0 TO+30S'T 00+3.2'T
T$.T439 T196'T d GS:TT 9T/02/9 €00 Inod 00+3£5°2 00+3av'T 00+3av'T n ¢o0-3.¢'L LET-SO
1 (z€) T0+300'T 00+350°C
T$.T439 T196'T d GS:TT 9T/02/9 v.0 Inod 00+32T Y 00+36°'T 00+36°T N 00+350°€ 09-02
0TSCdSWG :dl 9d 1oday VVTSCd8IN :19pJO H410M SO VINAYD LE0EST9 -ydreg

1010919 VAL EVALS ajeq dalid waonlolnsy (1)1add 27 A9 UONOY (s 2) (s¢)iou3 end 1Insay J9laweled

Arewd jonbiy es [e1ol ‘siskleuy 1anisy PIBIA ‘nun 1dy 1A Nnso 1uno)

"ON Yoreg ‘ql a|dwes us1|D Ag paiapio

d31VM XUTeN 0S0-T¥0-9T4 - 'ON 000

Nd 00:02-€ 9T0Z/L2/S  8re  pPaAladay
NV 00:02:0T 9T0¢/L2/S :@re@ uoi23||0D

9T-unr-g¢ ared

02889 :'ON loday
T6¥.0M '9as

S171NS3d A1dIANVS
| NHO4

6MMSED | a|dwes alD
S-¥TPOTEIIC :'oN 9|dwes-107

JU] BO1IBWYISA L ‘aweN ge’



€2400¢

2002v H.%@/
‘91eM1J0S UBdS ewweb Aq paLuapl 10U 10 TdY ‘189UN [e10.1 ‘[PW/ePW/OPIA "elia11id BUIWI| 8A0qe Pa12alap 10U Ing 1oy pazAeuy - end o oldwesuddTLgds

"aWN|oA pue ‘plaIA ‘Aouaiolyg ajdwes ayl Aq paisnipe “yjue|q 1o punoibxoeq Juswniisul Uo paseq [9A37 UOISID9Q ‘U0119318d - 971'VANIDAW au| mo:oESMP

[qV]
O
—
o
(q\]
)
(q\}
(D)
cC
> ISjUBsWWOD Z :S}nsay Jo ‘ON
()
1 ce0- TO+30S'T 00+3TT'T
T$8TH3ID L9v6'T d 9G:TT 9T/02/9 10 Inod 00+302°2 00+3€'T 00+3€'T N TO-3AcT ¢ LET-SO
1 90- TO+300'T 00+39C°T
T$8TH3ID L9v6'T d 9G:TT 9T/02/9 9T'0- Inod 00+31S°2 00+3av'T 00+3av'T n TO-AVT'¥- 09-02
0T9rd8NG Al 9a 1oday VVTOCdSIN 48pIO HI0M SO VININYD LE0EST9 :yoreg
1019918( azIS azIS areq daid weonioLnsy (1d)1adD 27 A7 UOHIY (s 2) (s¢)iong  end 1nsay 1sjawesed
Krewiig onbiy  es k10l ‘sishreuy ‘Jannsy PIBIA ‘nun 1dy “1an Nnso unod
"ON Yoreg ‘ql a|dwes us1|D Ag paiapio
d31VM XUew T180-T0-9T4 - 'ON 000 Z2T1158€d :q| ajdwes 1D
INd 00:02:€ 9T0¢//2/S  :8)ed paAladay 02889 :'ON loday 9-¥TFOTEIIC :'OoN 39|dwes-107
NV 00:0S:TT 9T0¢/L¢/S :8re uol123||0D T6%7.0M ‘9ds ou| edlIBWY1Sa L ;aweN ge

S171NS3d A1dIANVS
| NHO4

9T-unr-g¢ ared



June 23, 2016

€¢io e

*91eM1J0S Ueds euiLeh AQ paiyuspl 10U 40 1Ay ‘1489UnN 12101 ‘[PIN/EPIA/IPIAL “BlIa11Id Buniwi| sAoge Palaslsp 10U INg 10} pazAfeuy - [end n Noomﬁm
“3WINJOA PUE ‘PIaIA ‘Aousaidiyd ajdwes ayy Aq paisnipe ‘Yuejq 10 punoib3oeq JusNIsuUl Uo paseq [aAsT UoIsidad ‘uonasled - 971°vaNIDaN .m>a:ocow_._._.m%_
'90UBIBHIC JUSOId BAIRIRY - Y OU| BOLIBWYISL
[QV
:S1UBWIWOD Z :s1nsay Jo ‘oN

790 TO+30G'T Z'ly add n T0-306°€
T$2T4939D 9/6'T d ¥S:TT 9T/02/9 LT0 10d  00+32L°€ 00+3T°¢ 00+3T'¢ n 10-31€9 LE€T-SO
1 IT0- T0+300'T L'€/Z 4dyd n T0-396'9
T$2T4939D 9.6'T d ¥S:TT 9T/02/9 €0°0- 10d  00+3€L°€ 00+3T°¢ 00+3T'¢ n T0-380°T- 09-0D
0TTCd8NG Al aaes buo HOTICd8N Al 8 Hoday OVITCdSA 149PJO 3HJ0M SO VNNYD LE0EST9 :yoreg
10199180 azIS 8z7IS ereqdeid  weoniolpsy  PRIA 1a4o  A9T uondy (s2) (sz)ioua N0 sy 6u0 eiuered
Arewid lonblly  es [eloL ‘siskjeuy “1an/sy ‘1un 1dy “1an Nnsod wunod ‘1Insay
d31LVM XUre 890-T¥0-9T4 :"ON D00 dNa 8AMSed :al sjdwes 1ual|d
Nd 00:0¢:€ 9T0Z/LZ/S  :31e  paAnIaday 02889 : ON 1lodey T-¥T¥OTEIIC :'OoN 9jdwes-107
NV 00:8T:6 9T0¢//2/S :8)eQ uold8||0D T67.0M '0ds QU] BILIBWYISS L ‘BWeN qeT

9T-unc-€¢ areg

S17NS3d 31val1dNd

I WHO4



June 23, 2016

€cioce

2002V H.%@

"a1BMIJ0S UBIS BLIWEB AQ PaIyIuapl 10U 10 Ty 1490UnN [B10L ‘IPIN/EPIN/OPIN “BlIalI0 BUiliwi| 9A0qe paloslap 10U INg J0j pazAeuy - endy n 1UEIGUIETLGIC

"aWN|OA pUe ‘pIdIA ‘Aouaidiyg sjdwes ayy Aq paisnipe ‘yue|q 10 punoibyoeq JusWwNIISuUl Uo paseq [9A87 UoISIdaQ ‘uoi1d81ad - 971'VAW|Dan au| mo:mEﬁ%w_._.
9\

Sjuswwo) Z -Slinsay ]O "ON
1 110 T0+30S'T 00+36V'T
1$0TH3IO GE00'C d GS:TT 9T/02/9 ¢¢0- Inod  00+386'C 00+3L'T 00+3L'T N T0-3.99- LET-SO
1 9¢€'0- TO+300'T 00+3SY'T
T$0THIAD GE00'C d GS:TT 9T/02/9 T0- Inod 00+3.82 00+39'T 00+39'T N TO0-306°¢- 09-00
avisOdsn :al 9a 1oday VYVISOd8A 43pIO %I0M SO VIWAVD LEOESTI :ydreg
10199318 azIS az1S a1eq daud waomolisy  PIRA 1a4o 27 (s 2) (sZ)iong [end  1nsay 1s18we.red
Alewiid 1onbily es [ejol ‘sisAfeuy “1anisy ‘uun 1dy “1an nso unod
02889 :'ON Hoday HILIVM  XUTe
06%7.0M ‘9ds duj edllswyisal :aweN qe’

9T-unc-€¢ areg

S171NS3d MNV1d

I NHO4



June 23, 2016

€cioee

"0£°€TN ISNV Ag pauyep se T-(pa1oadx3nssy) - selg

2002V T'HeN

SO0 1L &N
oU| BOLIDWYIEEL

[<¢]
N

1S1UBWIWOD Z :s)nsay Jo ‘ON
1 T0- 0cT 08 SHwIT 98y
EYARSEL)] G100°C © GGIL0 9T/TZ/9 %€6 T0-IST'S TO+320'S 10d  00+32¥'Y 00+31'8 00+31'8 T0+369'V LET-SO
1 70 0cT 08 SHwiIT 98y
IEYARSEL)] G100°¢ © GGIL0 9T/T2/9 %C¢TT TO0-3EC'E€ TO+38L'E 10d  00+350°1 00+3€'8 00+3€'8 T0+32CY 09-00
SOTSOd8A :dl g4 Moday OVISOdSIN :18pJO 31oM SO VNNVYD LEOEST9 :Yodred
1019918 9zIS a1eq dalid selg 1490UN pa10adx3 pPIBIA nun 1an (s2) (sz)ionug end ynsay J919Weled
Arewd 10nbiy ‘siskleuy ‘A1an0day  pa1oadx3 110day nso juno)
02889 :'ON Moday d3IVM S XUTeN
06%7.0M -9ds Ju| BOlIBWYVYISO] dwepN geT

9T-unf-g¢ ared

S171NS3d SO71
I NHO4





