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Analytical Data Package Prepared For

Washington Closure Hanford

Radiochemical Analysis By

TestAmerica Inc

2800 G.W. Way, Richland Wa, 99354, (509)-3 75-3131.
Assigned Laboratory Code: TARL
Data Package Contains _44 _ Pages

" Report No.: 69360

Results in this report relate only to the sample(s) analyzed.

SDG No. Order No.  Client Sample ID (List Order) Lot-Sa No. Work Order  Report DB ID  Batch No.,
NFMO0172 NFM-005 8979855 J6G260412-1 M81AP1AC 9M81AP10 6208086
8979855 J6G260412-1 M81AP1AD 9M81AP10 6208087
$979855 J6G260412-1 M81AP1AE 9M81AP10 6208088
$§979855 J6G260412-1 M81AP1AA 9M81AP10 6208089
§979858 J6G260412-2 M81AQ1AC IM81AQ10 6208086
$979858 J6G260412-2 M81AQ1AD 9M81AQ10 6208087
$979858 J6G260412-2 M81AQ1AE 9M81AQ10 6208088
$979858 J6G260412-2 M81AQ1AA 9M81AQ10 6208089
$979859 J6G260412-3 M81AR1AC 9M81AR10 6208086
$979859 J6G260412-3 M81AR1AD 9M81AR10 6208087
$979859 J6G260412-3 M81AR1AE 9M81AR10 6208088
$979859 J6G260412-3 M81AR1AA 9MB81AR10 6208089

TestAmerica Inc

rptSTLRchTitle v3.73

TestAmerica Laboratories, Inc.



TestAmerica

THE LEADER IN ENVIRONMENTAL TESTING

Certificate of Analysis

Washington Hanford Closure
2620 Fermi Avenue
Richland, WA 99354
September 23, 2016

Attention: Joan Kessner

SAF Number : NFM-005

Date SDG Closed : July 19, 2016

Number of Samples ; Three (3)

Sample Type : Filter

SDG Number : NFMO0172

Data Deliverable : 45— Day / Summary
CASE NARRATIVE

I. Introduction

These samples are composites of samples collected from January through June 2016, the first half of
calendar year 2016, for radiochemical analysis. The Biweekly Sample Numbers and associated
Composite Numbers can be found on page 31 of this data report. The samples were assigned the

following laboratory ID numbers to correspond with the Washington Closure Hanford (WCH) specific
ID:

WCH ID# TARL ID# MATRIX DATE OF COMPOSITE
$979855 MS81AP FILTER 7/19/16
$979858 M81AQ FILTER 7119716
$979859 MS81AR FILTER 7/19/16

1L Sample Receipt
The samples were received in good condition and no anomalies were noted during check-in.
111, Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors,

The requested analyses were:
Alpha Spectroscopy
Plutonium-238, -239/240 by method RL-ALP-016
Uranium 234, 235 and 238 by method RL-ALP-015

TestAmerica Laboratories, Inc. 2



Washington Closure Hanford
September 23, 2016

Gas Proportional Counting
Strontium-90 by method RL-GPC-010
Gamma Spectroscopy

Gamma Spec by method RL-GAM-001

1V, Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis, Any exceptions have been noted
in the "Comments" section,

QC and sample results are reported in the same units.

V. Comments

Alpha Spectroscopy

Plutonium-238, -239/240 by method RL-ALP-016:

The LCS, batch blank, samples and sample duplicate (S979858) results are within contractual
requirements.

Uranjum 234, 235 and 238 by method RL-ALP-015:

The LCS, batch blank, samples and sample duplicate (S979859) results are within contractual
requirements.

Gas Proportional Counting

Strontium-90 by method RL-GPC-010:

The LCS, batch blank, samples and sample duplicate (S979855) results are within contractual
requirements.

Gamma Spectroscopy

Gamma Spec by method RL-GAM-001:

The LCS, batch blank, samples and sample duplicate (S979855) results are within contractual
requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature,

Reviewed and approvgd:

i

onda Wagar &
Project Manager »

TestAmerica Laboratories, Inc. 3



Drinking Water Method Cross References

DRINKING WATER ASTM METHOD CROSS REFERENCES

Referenced Method Isotope(s) TestAmerica Richland's SOP No.
EPA 901.1 Cs-134, 1-131 RL-GAM-001

EPA 900.0 Alpha & Beta RL-GPC-001

EPA 00-02 Gross Alpha (Coprecipitation)| RL-GPC-002

EPA 903.0 Total Alpha Radium (Ra-226) [RL-RA-002

EPA 903.1 Ra-226 RL-RA-001

EPA 904.0 Ra-228 RL-RA-001

EPA 905.0 Sr-89/90 RL-GPC-003

ASTM D5174 Uranium RL-KPA-003

EPA 906.0 Tritium RL-LSC-005

Results in this report relate only to the sample(s) analyzed.

Uncertainty Estimation

TestAmerica Richland has adopted the internationally accepted approach to estimating
uncertainties described in “NIST Technical Note 1297, 1994 Edition”. The approach, "Law of Propagation
of Errors", involves the identification of all variables in an analytical method which are used to derive a
result. These variables are related to the analytical result (R) by some functional relationship, R = constants
* f(x,y,Z,...). The components (x,y,z) are evaluated to determine their contribution to the overall method
uncertainty. The individual component uncertainties (u;) are then combined using a statistical model that
provides the most probable overall uncertainty value. All component uncertainties are categorized as type
A, evaluated by statistical methods, or type B, evaluated by other means, Uncertainties not included in the
components, such as sample homogeneity, are combined with the component uncertainty as the square root
of the sum-of-the-squares of the individual uncertainties, The uncertainty associated with the derived result
is the combined uncertainty (u,) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/7n), where S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-random components that are not
ineluded in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are
available on request.

TestAmerica Inc
rntGenerallnfo v3.72

TestAmerica Laboratories, Inc. 4



Report Definitions

Action Lev An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action
Level. Often the Action Level is related to the Decision Limit.

Batch The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

Bias Defined by the equation (Result/Expected)-1 as defined by ANSI N13.30.

COC No Chain of Custody Number assigned by the Client or TestAmerica.

Count Error (#s)

CSU (#s)
u, Combined
Standard Uncert,

(#s), Coverage
Factor
CRDL (RL)

Le

Lot-Sample No

MDC|MDA|MDL

Primary Detector

Ratio U-234/U-238

Rst/MDC

Rst/TotUcert

Report DB No

RER

SDG

Sum Rpt Alpha
Spec Rst(s)

Work Order

Yield

Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result. For Liquid Secintillation Counting (LSC) the batch blank count is the background.

All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure
of the uncertainty associated with the result, u, the combined standard uncertainty. The uncertainty is absolute and
in the same units as the result.

The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.

Contractual Required Detection Limit as defined in the Client’s Statement Of Work or TestAmerica “default”
nominal detection limit. Often referred to the reporting level (RL)

Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume

associated with the sample. The Type I error probability is approximately 5%. Lo=(1.645 *

Sqrt(2*(Bkgrnd Cnt/BkgrndCntMin)/SCntMin)) * (ConvFct/(Eff*Y1d*Abn*Vol) * IngrFet), For LSC methods the

batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count
is zero.

The number assigned by the LIMS software to track samples received on the same day for a given client, The
sample number is a sequential number assigned to each sample in the Lot.

Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type I and II error probability of approximately 5%. MDC= (4.65 *
Sqrt((BkgrndCnt/BkgrndCntMin)/SCntMin) + 2,71/SCntMin) * (ConvFct/(Eff * Yid * Abn * Vol) * IngrFct). For
LSC methods the batch blank is used as a measure of the background variability.

The instrument identifier associated with the analysis of the sample aliquot.

The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 4321C is
1.038.

Ratio of the Result to the MDC. A value greater than | may indicate activity above background at a high level of
confidence, Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than 1 may
indicate activity above background at approximately the 95% leve! of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order
Number,

The equation Replicate Error Ratio = (S-D)/[sqrt(TPUs? + TPUd?)] as defined by ICPT BOA where S is the original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate sample,

Sample Delivery Group Number assigned by the Client or assigned by TestAmerica upon sample receipt,

The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where
the results are in the same units.

The LIMS software assign test specific identifier.

The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method.

TestAmerica Inc
rntGenerallnfo v3,72

TestAmerica Laboratories, Inc. 5



Report No. : 69360

Sample Results Summary

TestAmerica Inc TARL

Ordered by Method, Batch No., Client Sample ID.

Date: 23-Sep-16

SDG No: NFM0172

Client Id

Batch  Work Order Parameter Result +- CSU ( 2 s) Qual Units T\;?eclzr VDL CRDL RPD
6208086 SRTOT_SEP_PRECIP_GPC
8979855
M81AP1AC STRONTIUM 4.80E-01 +- 2.8E+00 U pCi/sample 87% 4,98E+00 7.40E-01
$979855 DUP
M81AP1AF STRONTIUM -5.87E-01 +- 2.7E+00 U  pCilsample 86% 4 98E+00 7.40E-01 -1997.5
$979858
M81AQ1AC STRONTIUM 1.68E-01 +- 2.6E+00 U pCilsample 90% 4.74E+00 7.40E-01
8979859
M81AR1AC STRONTIUM 4,30E-01 +- 2.5E+00 U pCilsample 93% 4.42E+00 7.40E-01
6208087 PUISO_IE_PRECIP_AEA
$979855
M81AP1AD PU-238 1.08E-01 +- 2.7E-01 U pCi/lsample 86% 6.09E-01 2,37E-02
PU239/40 -1.62E-02 +- 2.7E-01 U pCilsample 86% 5.62E-01 2.37E-02
$979858
M81AQ1AD PU-238 -5.10E-02 +- 2.6E-01 U  pCi/lsample 97% 6.53E-01 2,37E-02
PU239/40 -1.53E-02 +- 2.6E-01 U pCilsample 97% 5.30E-01 2.37E-02
$979858 DUP
M81AQ1AF PU-238 -5.74E-02 +- 2.4E-01 U pCilsample 93% 6.36E-01 2.37E-02 -11.8
PU239/40 0.00E+00 +- 2.4E-01 U pCi/sample 93% 4,38E-01 2.37E-02 -200.0
$979859
M81AR1AD PU-238 -7.69E-02 +- 2.6E-01 U pCi/sample 93% 7.47E-01 2.37E-02
PU239/40 0.00E+00 +- 2.6E-01 U pCi/fsample 93% 4,70E-01 2.37E-02
6208088 UISO_IE_PLATE_AEA
§979855
M81AP1AE U-234 -2,33E-02 +- 2.9E-01 U pCilsample 82% 6.32E-01 8.88E-02
U-235 0.00E+00 +- 2.9E-01 U pCilsample 82% 5,34E-01 8.88E-02
U-238 -5.82E-03 +- 2.9E-01 U pCifsample 82% 5.34E-01 8.88E-02
5979858
M81AQ1AE U-234 4.22E-01 +- 5.1E-01 U pCilsample 79% 5.16E-01 8.88E-02
U-235 -5.62E-03 +- 2.8E-01 U pCilsample  79% 5.16E-01 8.88E-02
U-238 2.81E-01 +- 4.1E-01 U pCilsample 79% 5.16E-01 8.88E-02
8979859
M81AR1AE U-234 1.41E-01 + 2.9E-01 U  pCi/sample 78% 517E-01 8.88E-02
U-235 -5.63E-03 +- 2.8E-01 U pCifsample 78% 5.17E-01 8.88E-02
U-238 2.82E-01 +- 4.1E-01 U pCilsample 78% 5.17E-01 8.88E-02
$979859 DUP
M81AR1AF U-234 1.18E-01 +- 2.6E-01 U pCilsample 77% 5,08E-01 8.88E-02 17.3
U-235 -1,03E-02 +- 2.6E-01 U pCilsample 77% 5.08£-01 8.88E-02  -58.5
U-238 2.62E-01 +- 3.7E-01 U pCilsample 77% 4.72E-01 8.88E-02 11.1

TestAmerica Inc

rptTALRchSaSum
mary2 V6.6 A2002

TestAmerica Laboratories, Inc.

RPD - Relative Percent Difference.

U Qual - Analyzed for but not detected above limiting criteria, Mde/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan

software.



Report No. : 69360

Sample Results Summary

TestAmerica Inc TARL
Ordered by Method, Batch No., Client Sample ID.

Date: 23-Sep-16

SDG No: NFM0172

Client Id

Batch  Work Order Parameter Result +- CSU ( 2 s) Qual Units e MDL CRDL RPD
6208089 GAMMA_GS
$979855
M81AP1AA BE-7 3.63E+02 +- 7.6E+01 pCi/sample 3.48E+01
CO-60 -1.16E+00 +- 2.2E+00 U  pCi/sample 3.71E+00
CS-134 1.32E+00 +- 2.0E+00 U pCilsample 3.87E+00
CS-137 -1.26E+00 +- 1.8E+00 U  pCi/sample 3.05E+00 7.40E-01
EU-152 -8.02E-01 +- 4.4E+00 U pCilsample 7.48E+00
EU-154 1.66E+00 +- 6.1E+00 U pCifsample 1.14E+01
EU-155 -3.88E-02 +- 4.0E+00 U  pCi/lsample 6.78E+00
K-40 5 71E+01 +- 5.8E+01 pCi/sample 2.70E+01
RU-106 -3.11E+00 +- 1.5E+01 U  pCi/sample 2.63E+01
SB-125 2.73E+00 +- 4,4E+00 U  pCifsample 8.00E+00
$979855 DUP
M81AP1AG BE-7 3.69E+02 +- 6.5E+01 pCi/sample 2 44E+01 1.6
CO-60 8.11E-01 +- 1.9E+00 U  pCilsample 3.73E+00 -1118.4
CS-134 2.26E-01 + 1.5E+00 U  pCilsample 2.73E+00 141.5
CS-137 1.32E-01 + 1.4E+00 U  pCi/sample 247E+00 7.40E-01 -247.2
EU-152 2.30E+00 +- 3.3E+00 U pCilsample 6.15E+00 413.4
EU-154 1.80E+00 +- 4.8E+00 U  pCi/sample 9.40E+00 8.3
EU-155 1.05E+00 +- 2.5E+00 U  pCi/sample 4.50E+00 215.3
K-40 -2.95E+01 +- 3.4E+01 U pCilsample 6.60E+01 628.2
RU-106 -1.07E+01  +- 1.3E+01 U  pCi/sample 2.11E+01 -110.1
SB-125 -7.80E-01 +- 3.4E+00 U pCi/sample 5.81E+00 360.0
8979858
M81AQ1AA BE-7 3.86E+02 +- 6.2E+01 pCi/sample 2.52E+01
CO-60 4.06E-03 +- 1,8E+00 U pCilsample 3.29E+00
CS-134 -1.21E-01 +- 1.5E+00 U pCi/sample 2.70E+00
CS-137 4,05E-01 +- 1.3E+00 U pCilsample 2.49E+00 7.40E-01
EU-152 4,00E+00 +- 3.4E+00 U  pCi/sample 6.44E+00
EU-154 -5,47E+00 +- 4.6E+00 U  pCilsample 6.99E+00
EU-155 -1.56E+00 +- 2.8E+00 U pCifsample 4.62E+00
K-40 -8.50E+00 +- 3.6E+01 U pCilsample 7.19E+01
RU-106 4.48E+00 +- 1.2E+01 U  pCi/sample 2.21E+01
SB-125 3.40E-01 +- 3.3E+00 U pCilsample 5,82E+00
§979859
M81AR1AA BE-7 3.64E+02 +- 6.1E+01 pCi/sample 3.44E+01
CO-80 -9.18E-01 +- 2.0E+00 U pCilsample 3.47E+00
CS-134 3.53E-01 + 2.0E+00 U pCifsample 3.63E+00
CS-137 6.43E-02 +- 1.8E+00 U  pCi/sample 3.27E+00 7.40E-01

TestAmerica Inc RPD - Relative Percent Difference.

rptTALRchSaSum U Qual - Analyzed for but not detected above limiting criteria, Mde/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan

mary2 V6.6 A2002  SOftware.

TestAmerica Laboratories, Inc.



Sample Results Summary Date: 23-Sep-16

TestAmerica Inc TARL
Ordered by Method, Batch No., Client Sample ID.
Report No. : 69360 SDG No: NFM0172
Client Id Tracer
Batch  Work Order Parameter Result +- CSU ( 2's) Qual Units Yield MDL CRDL RPD
6208089 GAMMA_GS
$979859
M81AR1AA EU-1562 -1.61E+00 +- 4.3E+00 U  pCi/sample 7.19E+00
EU-154 -2.98E+00 +- 6.4E+00 U pCi/sample 1.08E+01
EU-155 1.70E+00 +- 3.8E+00 U  pCi/sample 6.71E+00
K-40 4 75E+01 + 6.4E+01 pCi/sample 3.49E+01
RU-106 -8.55E+00 +- 1.6E+01 U  pCi/sample 2.75E+01
SB-125 -2,93E+00 +- 4.4E+00 U pCilsample 7.27E+00

No. of Resulis: 64

TestAmerica Inc RPD - Relative Percent Difference,
rptTALRchSaSum U Qual - Analyzed for but not detected above limiting criteria, Mde/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan

mary2 V5.6 A2002 software.

TestAmerica Laboratories, Inc. 8



QC Results Summary Date: 23-Sep-16

TestAmerica Inc TARL
Ordered by Method, Batch No, QC Type,.
Report No. : 69360 SDG No.: NFM0172
Batch Tracer LCS
Work Order Parameter Result +- CSU ( 2s) Qual Units Yield Recovery Bias MDL
SRTOT_SEP_PRECIP_GPC
6208086 BLANK QC,
M81DD1AA  STRONTIUM 4,70E-02 +- 3.6E-01 U Ci/sample 87% 6.49E-01
6208086 LCS,
M81DD1AC  STRONTIUM 8,09E+00 +- 2.0E+00 iCilsample 89% 118% 0.2 5.57E-01
PUISO_IE_PRECIP_AEA
6208087 BLANK QC,
M81DE1AA PU-238 -7.78E-03 +- 3.6E-02 U Ci/sample 85% 9.24E-02
PU239/40 -2.12E-03 +- 3,5E-02 U Ci/lsample 85% 7.35E-02

6208087 LCS,
M81DE1AC  PU239/40 4.85E+00 +- 1.0E+00 Cilsample 88% 106% 0.1 7.68E-02

UISO_IE_PLATE_AEA
6208088 BLANK QC,

M81DF1AA U-234 2,98E-02 +-4,7E-02 U Ci/sample 97% 7.87E-02
U-235 -6.38E-03 +- 2,7E-02 U Ci/lsample 97% 7.08E-02
U-238 -7.97E-03 +-2.7E-02 U Cilsample 97% 7.44E-02
6208088 LCS,
M81DF1AC  U-234 3.561E+00 +- 9.2E-01 Ci/lsample  54% 106% 0.1 9.71E-02
U-238 3.17E+00 +- 8.5E-01 Ci/sample  54% 92% -0.1 1.07E-01
GAMMA_GS
6208089 BLANK QC,
M81DG1AA  CO-60 -3.03E-01 +- 1.6E+00 U Ci/sample 2.92E+00
CS-134 -2.06E+00 +- 2.1E+00 U Ci/sample 3.25E+00
CS-137 6.38E-01 +- 1.8E+00 U Ci/sample 3.31E+00
EU-152 -2.91E+00 +- 5.2E+00 U Ci/sample 8.56E+00
EU-154 -5.97E-01 +- 5.2E+00 U (Ci/sample 9.35E+00
EU-155 -3.32E+00 +- 4.0E+00 U Ci/sample 6.62E+00
K-40 1.91E+01 +- 2.7E+01 U Ci/sample 5.08E+01
RU-106 -1.57E+00 +- 1.7E+01 U Cilsample 2.97E+01
S$B-125 -8.91E-01 +- 4.4E+00 U Cilsample 7.66E+00
6208089 LCS,
M81DG1AC  CO-60 4.96E+02 +- 5.8E+01 iCi/sample 94% -0.1  4.59E+00
CS-137 2,06E+03 +- 2.6E+02 Ci/sample 97% 0.0 6.05E+00

No. of Results: 21

TestAmerica Inc Bias - (Result/Expected)-1 as defined by ANSI N13,30.
rptSTLRchQcSum U Qual - Analyzed for but not detected above limiting criteria, Mde/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software,
mary V5.6 A2002

TestAmerica Laboratories, Inc. 9
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T@S'i'AmeriCQ Data Review/Verification Checklist
N S RADIOCHEMISTRY, First Level Review

THE LEADER IN ENVIRONMENTAL TESTING

9/23/2016 7:58:51 AM

Lot No., Due Date: J6G260412; 09/02/2016

Client, Site: 127642; S00W235B00 HANFORD
QC Batch No., Method Test: 6208087, RPUISO Pulso by ALP
SDG, Matrix: NFMO0172; OTHER

1.1 Is the ICOC page complete; includes all applicable analysis, dates, SOP numbers, and revisions?

116
Do the Summary/Detailed Reports include a calculated result for each sample listed on the QC Batch Sheet?

2.2 Are the QC appropriate for the analysis included in the batch?

2.3 Is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc?

2.4 Does the Worksheets include a Tracer Vial label for each sample?

A within contract limits?

3.2 Is the LCS result, yield, and MDA within contract limits?

3.3 Are the MS/MSD results, yields, and MDA within contract limits?

3.4 Are the duplicate result, yields, and MDAs within contract limits?

Are the sample yields and MDAs within contract limits?

Were results calculated in the correct units?

5.1 Are all nonconformances included and noted?

4.2 Were analysis volumes entered correctly? N/A
4.3 Were Yields entered correctly? N/A
4.4 Were spectra reviewed/meet contractual requirements? \L(e . No N/A
4.5 Were raw counts reviewed for anomalies? F,e*l No N/A

Yes No W
]

5.2 Are all required forms filled out?

N/A

5.3 Was the correct methodology used?

Yes No NiA
v

5.4 Was transcription checked?

Yeg No N/A

5.5 Were all calculations checked at a minimum frequency?

N/A

5.6 Are worksheet entries complete and correct?

N/A

6.0 Comments on any No response:

First Lev@ 0‘0(_/(:,@_.4);@ CZ/ 25// b

I
TestAmerica Richlaifd
QAS_RADCALCv4.9.4

Page 1
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TestAmerica

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Batch Number: ( "QQ\Q 8 Q%%m

Review Item Yes() | No(¥) | NA(Y)
A. Sample Analysis -

1. Are the sample yields within acceptance criteria? v

2. Is the sample Minimum Detectable Activity < the Contract w”

Detection Limit?

3. Are the correct isotopes reported?

B. QC Samples

1. Is the Minimum Detectable Activity for the blank result < the v g
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?

Detection Limit?

/
3. Is the blank result < the Contract Detection Limit? o
4. Is the blank result > the Contract Detection Limit but the ot
sample result < the Contract Detection Limit? ’
5. Is the LCS recovery within contract acceptance criteria? o
6. Is the LCS Minimum Detectable Activity < the Contract V/

7. Do the MS/MSD results and yields meet acceptance criteria?

8. Do the duplicate sample results and yields meet acceptance

criteria? l/

C. Other
1. Are all Nonconformances (NCM) included and noted?

2. Was the correct methodology used?

3. Were units checked? /

Comments on any “No” response:

TN

0
o\ Ao .9
Second Level Review: O}Q @ 3 Date: , 2D Il [0

DR-001, Rev. 01, 10/30/2013
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TeSTAmeﬁcg Data Review/Verification Checklist

Do the Summary/Detailed Reports include a calculated result

9/20/2016 3:55:05 PM
- " o RADIOCHEMISTRY, First Level Review
Lot No., Due Date: J6G260412; 09/02/2016
Client, Site: 127642; S00W235B00 HANFORD
QC Batch No., Method Test: 6208088; RUSIO Ulso by ALP
SDG, Matrix: NFMO0172; OTHER

2.2 Are the QC appropriate for the analysis included in the batch?

N/A

2.3 Is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc?

N/A

2.4 Does the Worksheets include a Tracer Vial label for each sample?

tra

N/A

3.2 Is the LCS result, yield, and MDA within contract limits?

3.3 Are the MS/MSD results, yields, and MDA within contract limits?

3.4 Are the duplicate result, yields, and MDAs within contract limits?

Are the sample yields and MDAs within contract limits?

W ts in the correct units?

4.2 Were analysis volumes entered correctly?

N/A

4.3 Were Yields entered correctly?

N/A

4.4 Were spectra reviewed/meet contractual requirements?

rei No
N

N/A

4.5 Were raw counts reviewed for anomalies?

re all nonconformances inclu

Yeg No

N/A

v

5.2 Are all required forms filled out?

N/A

5.3 Was the correct methodology used?

N/A

5.4 Was transcription checked?

N/A

5.5 Were all calculations checked at a minimum frequency?

N/A

5.6 Are worksheet entries complete and correct?

T

N/A
6.0 Comments oh any No response:
First LeveQ@ W—Date C]/Z«[) //(,,4
[TestAmerica Richlang —
QAS_RADCALCv4.9.4 age
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@ric:

N

TestA

Data Review Checklist

RADIOCHEMISTRY

Second Level Review

Batch Number: QO &‘C)(& Q%

Review Item

No (\)

NA (V)

A. Sample Analysis
1. Are the sample yields within acceptance criteria?

2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3. Are the correct isotopes reported?

B. QC Samples

1. Is the Minimum Detectable Activity for the blank result < the
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?

3. Is the blank result < the Contract Detection Limit?

4. Is the blank result > the Contract Detection Limit but the
sample result < the Contract Detection Limit?

5. Is the LCS recovery within contract acceptance criteria?

6. Is the LCS Minimum Detectable Activity < the Contract
Detection Limit?

7. Do the MS/MSD results and yields meet acceptance criteria?

8. Do the duplicate sample results and yields meet acceptance
criteria?

C, Other
1. Are all Nonconformances (NCM) included and noted?

2. Was the correct methodology used?

3. Were units checked?

Comments on any “No” response:

N ™
Second Level Reviegv'\m (j@,(

TestAmerica Laboratories, Inc. 26
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esmencc:

THE LEAD[:R IN EN

MENTA]

Data Review/Verification Checklist
RADIOCHEMISTRY, First l.evel Review

9/14/2016 4:20:45 PM

Lot No., Due Date:
Client, Site:
QC Batch No., Method Test:

J6G260412; 09/02/2016
127642; S00W235B00 HANFORD

6208086; Sr by GPC(EC)

1.1

SDG, Matrix:

NFM0172; OTHER

Is the ICOC page complete; includes all applicable analysis, dates, SOP numbers, and revisions?

s

Do the Summary/Detailed Reports include a calculated result for each sample listed on

2.2

Are the QC appropriate for the analysis included in the batch?

Y No NiA
v

1Y

3

2.3 Is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc? F‘? No N/A
)
2.4 Does the Worksheets include a Tracer Vial label for each sample?

E_y No N/A

Is the LCS result, yield, and MDA within contract limits?

" Are the MS/MSD results, yields, and MDA within contract limits?

Are the duplicate result, yields, and MDAs within contract limits?

Are the sample yields and MDAs within contract limits?

4.2

Were analysis volumes entered correctly?

4.3

Were Yields entered correctly?

4.4

Were spectra reviewed/meet contractual requirements?

4.5

Were raw counts reviewed for anomalies?

" Are all nonconformances included a

5.2

Are all required forms filled out?

5.3

Was the correct methodology used?

5.4

Was transcription checked?

5.5

Were all calculations checked at a minimum frequency?

5.6

Are worksheet entries complete and correct?

6.0

Comments on any No response:

First Leve@( $M é“*mﬂe

C?//Ll / /e

TestAmerica Richldnd
QAS_RADCALCv4.9.4

Page 1

TestAmerica Laboratories, Inc.
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TestAmerica

Data Review Checklist

RADIOCHEMISTRY

Second Level Review

Batch Number: LO&W@% k0

Review Item

Yes (\)

No (V)

NA (V)

A. Sample Analysis
1._Are the sample yields within acceptance criteria?

2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3. Are the correct isotopes reported?

B. QC Samples

1. Is the Minimum Detectable Activity for the blank result < the
Contract Detection Limit?

5

2. Does the blank result meet the Contract criteria?

3. Is the blank result < the Contract Detection Limit?

NN

4. Ts the blank result > the Contract Detection Limit but the
sample result <the Contract Detection Limit?

o

5. Is the LCS recovery within contract acceptance criteria?

\

6. Is the LCS Minimum Detectable Activity < the Contract
Detection Limit?

7. Do the MS/MSD results and yields meet acceptance criteria?

|

8. Do the duplicate sample results and yields meet acceptance
criteria?

C. Other
1. Are all Nonconformances (NCM) included and noted?

2, Was the correct methodology used?

3. Were units checked?

’i

Q/(zts on any “No” res) nie
‘ — (\,w N [ )\(-\(\@\/(Q

\

Second Level Revie\g\%}%(\&Q \ ,52/21 R

-

TestAmerica Laboratories, Inc. 28

Date:

15[ )w

T
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Teszmean Data Review/Verification Checklist 8/26/2016 3:43

19 PM

. RADIOCHEMISTRY, First Level Review
Lot No., Due Date: J6G260412; 09/02/2016

Client, Site: 127642; SO00W235B00 HANFORD

QC Batch No., Method Test: 6208089; RGAMMA Gamma by GER

SDG, Matrix: NFMO0172; OTHER

1.1 Is the ICOC page complete; includes all applicable analysis, dates, SOP numbers, and revisions? Yeg No N/A
2.1 Do th']éM‘\Summary/Detailed Reports include a calculated result for each sample listed on the QC Batch Sheet? V No N/A
2.2 Are the QC appropriate for the analysis included in the batch? Eve; No N/A
2.3 Is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc? No N/A

2.4 Does the Worksheets include a Tracer Vial label for each sample?

the blank resuits, yield, and MDA wi

3.2 Is the LCS result, yield, and MDA within contract limits?

3 No NIA
3.3 Are the MS/MSD results, yields, and MDA within contract limits? Yes No Pl ,
3.4 Are the duplicate result, yields, and MDAs within contract limits? Yeg No NIAJ
3.5 Are the sample yields and MDAs within contract limits? \_{,e No N/A

Are all nonconformances included and noted?

Were results calculated in the correct units?
4.2 Were analysis volumes entered correctly? ﬁ No N/A
4.3 Were Yields entered correctly? Yes No {:?
4.4 Were spectra reviewed/meet contractual requirements? lzllli
4.5 Were raw counts reviewed for anomalies? N/A

5.2 Are ail required forms filled out?

5.3 Was the correct methodology used?

5.4 Was transcription checked?

5.5 Were all calculations checked at a minimum frequency?

5.6 Are worksheet entries complete and correct? Ye No

6.0 Comments on any No response:

First Lev /ﬁfw ©——Date g/ e /[(0

TestAmerica Rlchlqind Page 1
QAS_RADCALCv4.9.4 ' age
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TestAmerico

Data Review Checklist

RADIOCHEMISTRY

Second Level Review

Batch Number: ( 0& Q?SQ%%

Review Item

Yes (V)

No (\)

NA (\)

A. Sample Analysis
1. Are the sample yields within acceptance criteria?

2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3. Are the correct isotopes reported?

B. QC Samples

1. Is the Minimum Detectable Activity for the blank result < the
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?

3. Is the blank result < the Contract Detection Limit?

NNA AN

4. Is the blank result > the Contract Detection Limit but the
sample result < the Contract Detection Limit?

5. Is the LCS recovery within contract acceptance criteria?

6. Is the LCS Minimum Detectable Activity < the Contract
Detection Limit?

AN

7. Do the MS/MSD results and yields meet acceptance criteria?

8. Do the duplicate sample results and yields meet acceptance
criteria?

C, Other
1. Are all Nonconformances (NCM) included and noted?

2. Was the correct methodology used?

3. Were units checked?

\g\

Comments on any “No” response:

o
Second Level Reviewi\f’/&f@f\@ %}M

TestAmerica Laboratories, Inc. 30
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ABCASH
NFM-005 Composite ABCASH Lab Sample Off-
ERDF EDP Code Sample No. Sample No. Sample No. SDG No. Date
N482 S971436 |9M74C410] NFM0140 | 01/07/16
N482 $971801 |9M75KV10| NFM0145 | 01/20/16
N482 S972385 |9M77A210| NFM0147 | 02/03/16
N482 5972894 |9M783G10{ NFM0149 | 02/18/16
N482 $973855 |9MBAK110| NFM0151 | 03/02/16
N482 $974146 |9MBED010| NFM0153 | 03/16/16
N482 $974419 |9MBGMJ10| NFM0155 | 03/30/16
N482 S974896 |9M8H5110f NFM0157 | 04/13/16
N482 $975700 |9MBK7910| NFM0160 | 04/27/16
N482 5976884 [9M8M3410| NFM0162 | 05/11/16
N482 $978116 [9MBP6C10| NFM0164 | 05/25/16
N482 $978630 |9MBRGL10| NFM0167 | 06/09/16
N482 $978916 |9M8VF810| NFM0169 | 06/22/16
N482 | $979855 Composite Date “:H \O\l \\o
N517 $971439 |9M74C610| NFM0140 | 01/07/16
N517 $971804 |9M75KX10| NFM0145 | 01/20/16
N517 $972388 |9M77A310| NFM0147 | 02/03/16
N517 $972897 |9M783H10| NFM0149 | 02/18/16
N517 $973858 |9MBAK210] NFM0151 | 03/02/16
N517 $974149 |9MBED110| NFM0153 | 03/16/16
N517 $974422 |9MB8GMK10] NFM0155 | 03/30/16
N517 $974899 |9M8H5210| NFM0157 | 04/13/16
N517 $975703 {9MBKB8A10|] NFM0160 | 04/27/16
N517 $976887 |9M8M3510] NFM0162 | 05/11/16
N517 5978119 |9M8P6D10| NFM0164-| 05/25/16
N517 $978633 |9MBRGM10] NFM0167 | 06/09/16
N517 $978919 |9M8VF910| NFM0169 | 06/22/16
N517 |[$979858 CompositeDate  |F 1A |10
N518 $971440 |9M74C710{ NFM0140 | 01/07/16
N518 $971805 |9M75K010| NFM0145 | 01/20/16
N518 $972389 |9M77A410] NFM0147 | 02/03/16
N518 $972898 [ 9M783]J10| NFM0149 | 02/18/16
N518 $973859 |9MBAK310| NFM0151 | 03/02/16
N518 $974150 [9MBED210| NFM0153 | 03/16/16
N518 $974423 |9MB8GML10] NFM0155 | 03/30/16
N518 $974900 {9M8H5310| NFM0157 | 04/13/16
N518 $975704 |9M8KBC10| NFM0160 [ 04/27/16
N518 5976888 |9M8M3610] NFM0162 | 05/11/16
N518 $978120 |9MBP6E10| NFM0164 [ 05/25/16
N518 5978634 {9M8BRGN10| NFM0167 | 06/09/16
N518 $978920 |9MBVGA10| NFM0169 | 06/22/16
N518 | $979859 Composite Date 7} F"’I”v
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Wagar, Rhonda

From: Weiss, Richard L <richard.weiss@wch-rcc.com>

Sent: Tuesday, July 19, 2016 1:13 PM

To: Wagar, Rhonda

Cc: Kessner, Joan H

Subject: Generation of 1st Half 2016 Composite for NFM Air filters (NFM-005 & NFM-020)
Attachments: NFM-005 Cy16 1st Half Composite.pdf; NFM-020 Cy16 1st Half Composite.pdf
Rhonda,

Please have the lab generate the 1* half 2016 composite for the NFM biweekly air filters. The attached files contain the
sample IDs to be composited, the new composite sample numbers, and the analysis to be performed. Please use today
(07/19/16) as the composite date/time. Please treat these as the analysis request forms and return copies when you've
assigned an SDG and lab numbers to each NFM group.

Thank you, and please let me know if you have any additional questions.

Rich

TestAmerica Laboratories, Inc. 32
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9/23/2016 7:57:45 AM |COC Fraction Transfer/Status Report

ByDate: 9/24/2015, 9/28/2016, Batch: '6208087', User: *ALL Order By DateTimeAccepting

Q Batch Work Ord  CurStatus Accepting SO0OPs,Reagents,Comments
6208087

AC Rev1C RichardsonB  9/8/2016 8:41:48 AM

SC wagarr IsBatched 7/26/2016 3:09:56 PM ICOC_RADCALC v4.9.0

SC RichardsonB InPrep 9/8/2016 8:41:48 AM RL-PRP-003 Revision 6
SC MohammedA Prep1C 9/21/2016 10:51:42 AM RL-ALP-001 REVISION 7
SC KorvolaM Sep2C 9/22/2016 11:01:52 AM RL-ALP-016 REVISION 7
SC WoodT InCnt1 9/22/2016 11:20:04 AM RL-CI-008 REVISION 6
SC DawkinsO CalcC 9/23/2016 1:54:08 AM RL-CI-008 REVISION 6
SC carnesj Rev1C 9/23/2016 7:55:12 AM RL-DR-001 Rev 7

AC MohammedA  9/21/2016 10:51:42

AC KorvolaM 9/22/2016 11:01:52

AC WoodT 9/22/2016 11:20:04

AC DawkinsO 9/23/2016 1:54:08

AC carnesj 9/23/2016 7:65:12

ACTACCephing ENry, SC. Status Change
TestAmerica Richland
Richland Wa.

Page 1

Grp Rec Cnt: 6
ICOCFractions v4.9.4
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9/21/2016 11:20:35 AM

|ICOC Fraction Transfer/Status Report

ByDate: 9/22/2015, 9/26/2016, Batch: '6208088', User: *ALL Order By DateTimeAccepting

Q Batch Work Ord CurStatus Accepting SOPs,Reagents,Comments

6208088

AC Rev1C RichardsonB  9/8/2016 8:47:54 AM

SC wagarr IsBatched 7/26/2016 3:09:56 PM ICOC_RADCALC v4.9.0

SC RichardsonB InPrep 9/8/2016 8:47:54 AM RL-PRP-003 Revision 6

SC MohammedA Prep1C 9/12/2016 10:35:19 AM RL-ALP-004 REVISION 8

SC DawkinsO InCnt1 9/15/2016 3:54:10 PM RL-CI-008 REVISION 6

SC DawkinsO CalcC 9/16/2016 1:15:08 AM RL-CI-008 REVISION 6

SC WoodT CalcC 9/16/2016 2:11:07 PM RL-CI-008 REVISION 6

SC carnesj Revi1C 9/20/2016 3:53:56 PM RL-DR-001 Rev 7

SC antonsonl ReviC 9/21/2016 11:16:44 AM RL-DR-001 Rev 7

AC MohammedA  9/12/2016 10:35:19

AC DawkinsO 9/15/2016 3:54:10 PM

AC DawkinsO 9/16/2016 1:15:08

AC WoodT 9/16/2016 2:11:07 PM

AC carnesj 9/20/2016 3:53:56 PM

AC antonsonl 9/21/2016 11:16:44

AT ACcepting ENtry, SC. Status cnange
TestAmerica Richland Grp Rec Cnt;7
Richland Wa. Page 1 ICOCFractions v4.9.4
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9/21/2016 11:16:05 AM

|ICOC Fraction Transfer/Status Report

ByDate: 9/22/2015, 9/26/2016, Batch: '6208086', User: *ALL Order By DateTimeAccepting

Q Batch Work Ord CurStatus Accepting SOPs,Reagents,Comments

6208086

AC Revi1C RichardsonB  9/8/2016 8:32:55 AM

SC wagarr IsBatched 7/26/2016 3:09:56 PM ICOC_RADCALC v4.9.0

SC RichardsonB InPrep 9/8/2016 8:32:55 AM RL-PRP-003 Revision 6

SC MohammedA Prep1C 9/12/2016 4:01:06 PM RL-GPC-010 REVISION 6

Sc DawkinsO InCnt1 9/12/2016 9:41:55 PM RL-CI-006 REVISION 6

SC WoodT CalcC 9/14/2016 8:55:42 AM RL-CI-006 REVISION 6

SC carnesj Revi1C 9/14/2016 4:19:52 PM RL-DR-001 Rev 7

SC antonsonl ReviC 9/21/2016 11:15:55 AM RL-DR-001 Rev 7

AC MohammedA  9/12/2016 4:01:06 PM

AC DawkinsO 9/12/2016 9:41:55 PM

AC WoodT 9/14/2016 8:55:42

AC carnesj 9/14/2016 4:19:52 PM

AC antonsonl 9/21/2016 11:15:55

AT Accepting Emy, SC: Status cnange
TestAmerica Richland Grp Rec Cnt:6
Richland Wa, Page 1 ICOCFractions v4.9.4
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8/26/2016 3:41:22 PM ICOC Fraction Transfer/Status Report

ByDate: 8/27/2015, 8/31/2016, Batch: '6208089', User: *ALL Order By DateTimeAccepting

Q Batch Work Ord CurStatus Accepting SOPs,Reagents,Comments
6208089

AC Rev1C WoodT 8/11/2016 11:55:31

SC wagarr IsBatched 7/26/2016 3:09:56 PM ICOC_RADCALC v4.9.0

SC WoodT InCnt1 8/11/2016 11:55:31 AM RL-CI-007 REVISION 5
SC DawkinsO CalcC 8/19/2016 12:11:15 AM RL-CI-007 REVISION 5
SC carnesj Rev1C 8/26/2016 3:40:47 PM RL-DR-001 Rev 7

AC DawkinsO 8/19/2016 12:11:15

AC carnesj 8/26/2016 3:40:47 PM

ACTACTepting ENtry, SC: Stalts Change
TestAmerica Richland
Richland Wa.

Page 1

Grp Rec Cnt:3
ICOCFractions v4.9.4

TestAmerica Laboratories, Inc.
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