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February 17, 2016  
 
Joan Kessner  
WC-Hanford, Inc.  
2620 Fermi Avenue  
MSIN H4-21  
Richland, Washington 99354  
 
Re: RC-155 Other  
Work Order: 391313  
SDG: XP0223  
 
Dear Joan Kessner: 

GEL Laboratories, LLC (GEL) appreciates the opportunity to provide the enclosed analytical results for the
sample(s) we received on February 12, 2016. This original data report has been prepared and reviewed in
accordance with GEL’s standard operating procedures. 

Our policy is to provide high quality, personalized analytical services to enable you to meet your analytical needs
on time every time. We trust that you will find everything in order and to your satisfaction. If you have any
questions, please do not hesitate to call me at (843) 556-8171, ext. 4505.  
 

Sincerely,
 
 
 
PM_SIGN_HERE 
Heather Shaffer  
Project Manager
 
 

Purchase Order: 1510  
Chain of Custody: RC-155-205  
Enclosures 
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Receipt Narrative  
for  

Eberline  
SDG: XP0223  

Work Order: 391313  

February 17, 2016  
 
Laboratory Identification:  
 
GEL Laboratories LLC  
2040 Savage Road  
Charleston, South Carolina 29407  
(843) 556-8171 

Summary: 

Sample receipt: The samples arrived at GEL Laboratories LLC, Charleston, South Carolina on February 12,
2016 for analysis. The samples were delivered with proper chain of custody documentation and signatures. All
sample containers arrived without any visible signs of tampering or breakage. The lab was unable to report a
Sodium result for this SDG. Please see the enclosed e-mail for further details. 

Sample Identification: The laboratory received the following samples: 

Laboratory ID      Client ID
391313001  J1V8C1
391313002  TUMBLE BLANK

Case Narrative: 

Sample analyses were conducted using methodology as outlined in GEL’s Standard Operating Procedures. Any
technical or administrative problems during analysis, data review, and reduction are contained in the analytical
case narratives in the enclosed data package. 

          
 
The enclosed data package contains the following sections: Case Narrative, Chain of Custody, Cooler Receipt
Checklist, Data Package Qualifier Definitions and data from the following fractions: Metals.  
 
 
 

PM_SIGN_HERE 
Heather Shaffer 
Project Manager
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Subject: RC‐155 ‐ Sodium in the tumble soluƟon
From: Heather Shaffer <Heather.Shaffer@gel.com>
Date: 2/15/2016 11:23 AM
To: "Weiss, Richard L" <richard.weiss@wch‐rcc.com>, "Kessner, Joan H" <joan.kessner@wch‐
rcc.com>

Rich and Joan,

For the 3 samples we received the leachate for under RC‐155, the lab noted a very high
sodium result. The group leader noted that there is sodium present in the tumble
solution. Your reporting list is requesting sodium, but the lab does not feel
comfortable reporting the result they are getting. The lab has asked for relief to not
report sodium for these samples. Please advise if this will be acceptable.

Sample IDs are: J1V8C1, J1V899, J1V8C0

Thank you,
Heather

‐‐ 
Heather Shaffer
Project Manager
GEL Laboratories, LLC
2040 Savage Road
Charleston, SC (USA) 29407
Direct: 843.769.7386
Main: 843.556.8171 xt 4505
Fax: 843.766.1178
E‐mail: heather.shaffer@gel.com
Web: www.gel.com

RC‐155	‐	Sodium	in	the	tumble	solution

1	of	1 2/17/2016	4:30	PMPage 12 of 32
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State Certification
Alaska

Arkansas
CLIA

California 
Colorado

Connecticut
Delaware

DoD ELAP/ ISO17025 A2LA
Florida NELAP

Foreign Soils Permit
Georgia

Georgia SDWA
Hawaii

Idaho Chemistry
Idaho Radiochemistry

Illinois NELAP
Indiana

Kansas NELAP
Kentucky SDWA

Kentucky Wastewater
Louisiana NELAP
Louisiana SDWA

Maryland
Massachusetts

Michigan
Mississippi
Nebraska
Nevada

New Hampshire NELAP
New Jersey NELAP

New Mexico
New York NELAP

North Carolina
North Carolina SDWA

North Dakota
Oklahoma

Pennsylvania NELAP
S.Carolina Radchem

South Carolina Chemistry
Tennessee

Texas NELAP
Utah NELAP

Vermont
Virginia NELAP

Washington
West Virginia

UST−110
88−0651

42D0904046
2940 Interim

SC00012
PH−0169

SC000122013−10
2567.01
E87156

P330−15−00283, P330−15−00253
SC00012

967
SC000122013−10

SC00012
SC00012
200029

C−SC−01
E−10332

90129
90129

03046 (AI33904)
LA150001

270
M−SC012

9976
SC000122013−10
NE−OS−26−13
SC000122016−1

2054
SC002

SC00012
11501
233

45709
R−158
9904

68−00485
10120002
10120001
TN 02934

T104704235−16−11
SC000122016−20

VT87156
460202
C780

997404

List of current GEL Certifications as of 17 February 2016
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Metals  
Technical Case Narrative  

Eberline (WCHN)  
SDG #: XP0223  

Work Order #: 391313

 
 
 
 
Sample ID             Client ID  
391313001             J1V8C1  
391313002            TCLP Blank (TB)  
1203488991            Method Blank (MB)ICP  
1203488992            Laboratory Control Sample (LCS)  
1203488995            391313001(J1V8C1L) Serial Dilution (SD)  
1203488993            391313001(J1V8C1D) Sample Duplicate (DUP)  
1203488994            391313001(J1V8C1S) Matrix Spike (MS)  
1203488482            Method Blank (MB)CVAA  
1203488483            Laboratory Control Sample (LCS)  
1203488486            391313001(J1V8C1L) Serial Dilution (SD)  
1203488484            391313001(J1V8C1D) Sample Duplicate (DUP)  
1203488485            391313001(J1V8C1S) Matrix Spike (MS)  

Sample Analysis  
 
The samples in this SDG were analyzed on an "as received" basis.  

Method/Analysis Information  
 

Analytical Batch: 1544804 and 1544601

Prep Batch : 1544803 and 1544596

Standard Operating
Procedures: 

GL-MA-E-013 REV# 25, GL-MA-E-008 REV# 18 and GL-MA-E-010
REV# 31

Analytical Method: SW846 3010A/6010C and SW846 7470A

Prep Method : SW846 3010A and SW846 7470A Prep

Preparation/Analytical Method Verification  

The SOP stated above has been prepared based on technical research and testing conducted by GEL
Laboratories, LLC and with guidance from the regulatory documents listed in this "Method/Analysis
Information" section.  

System Configuration  
 
The Metals analysis-ICP was performed on a P E 5300 Optima radial/axial-viewing inductively coupled plasma
atomic emission spectrometer. The instrument is equipped with an ESI SC-FAST introduction, cyclonic spray
chamber, and yttrium or scandium internal standard.  
 
The Metals analysis-Mercury was performed on a Perkin-Elmer Flow Injection Mercury System (FIMS-100)
automated mercury analyzer. The instrument consists of a cold vapor atomic absorption spectrometer set to
detect mercury at a wavelength of 253.7 nm. 
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Calibration Information  
 
Instrument Calibration  
All initial calibration requirements have been met for this sample delivery group (SDG).  
 
CRDL/PQL Requirements  
The CRDL/PQL standard recoveries met the referenced advisory control limits.  
 
ICSA/ICSAB Statement  
All interference check samples (ICSA and ICSAB) associated with this SDG met the established acceptance
criteria.  
 
Continuing Calibration Blanks (CCB) Requirements  
All continuing calibration blanks (CCB) bracketing this batch met the established acceptance criteria.  
 
Continuing Calibration Verification (CCV) Requirements  
All continuing calibration verifications (CCV) bracketing this SDG met the acceptance criteria.  

Quality Control (QC) Information  
 
Method Blank (MB) Statement  
The MBs analyzed with this SDG met the acceptance criteria.  
 
Laboratory Control Sample (LCS) Recovery  
The LCS spike recoveries met the acceptance limits.  
 
Quality Control (QC) Sample Statement  
The following samples were selected as the quality control (QC) samples for this SDG: 391313001
(J1V8C1)-ICP and CVAA.  
 
Matrix Spike (MS/MSD) Recovery Statement  
The percent recoveries (%R) obtained from the MS/MSD analyses are evaluated when the sample concentration
is less than four times (4X) the spike concentration added. The matrix spike met the recommended quality
control acceptance criteria for percent recoveries for all applicable analytes.  
 
Duplicate Relative Percent Difference (RPD) Statement  
The RPD obtained from the designated sample duplicate (DUP) is evaluated based on acceptance criteria of 20%
when the sample is >5X the contract required reporting limit (RL). In cases where either the sample or duplicate
value is less than 5X the RL, a control of +/-RL is used to evaluate the DUP results. The relative percent
differences (RPD) between the sample and its duplicate (DUP) were within acceptable limits for all applicable
analytes.  
 
Serial Dilution % Difference Statement  
All applicable analytes in the serial dilution (SDILT) demonstrated acceptable correlation to its associated
sample and met the established acceptance percent difference criteria.  

Technical Information  
 
Holding Time Specifications  
GEL assigns holding times based on the associated methodology. Holding time is measured by comparison of
the date and time of sample collection to the date and time of sample preparation and analysis. Those holding
times expressed in hours are calculated in the AlphaLIMS system. Those holding times expressed as days expire
at midnight on the day of expiration. All samples in this SDG met the specified holding time.  
 
Preparation/Analytical Method Verification  
All procedures were performed as stated in the SOP.  
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Sample Dilutions  
The samples in this SDG did not require dilutions.  
 
Preparation Information  
The samples and associated matrix QC were prepared at a ten times or greater dilution factor to minimize
potential interferences arising from the high sodium content in the TCLP leaching solution. ICP. Samples in this
SDG were prepared at a ten times dilution factor due to the miscellaneous liquid classification. 1203488484
(J1V8C1DUP), 1203488485 (J1V8C1MS), 1203488486 (J1V8C1SDILT), 391313001 (J1V8C1) and 391313002
(TB)-CVAA.  

Miscellaneous Information  

Electronic Packaging Comment
This data package was generated using an electronic data processing program referred to as virtual packaging. In
an effort to increase quality and efficiency, the laboratory has developed systems to generate all data packages
electronically. The following change from traditional packages should be noted:
Analyst/peer reviewer initials and dates are not present on the electronic data files. Presently, all initials and
dates are present on the original raw data. These hard copies are temporarily stored in the laboratory. An
electronic signature page inserted after the case narrative will include the data validator’s signature and title. The
signature page also includes the data qualifiers used in the fractional package. Data that are not generated
electronically, such as hand written pages, will be scanned and inserted into the electronic package.  
 
Data Exception (DER) Documentation  
A data exception report was not required for this SDG.  
 
Additional Comments  
Additional comments were not required for this SDG.  
 
Certification Statement  
 
Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless otherwise noted in the analytical case narrative. 
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GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

WCHN001 Eberline

GEL requires all analytical data to be verified by a qualified data reviewer.  In addition, all CLP-like deliverables
receive a third level review of the fractional data package.  

The following data validator verified the information presented in this data report: 

The Qualifiers in this report are defined as follows:
*     Duplicate analysis not within control limits
B     The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal
to the IDL/MDL (as appropriate).
D     Results are reported from a diluted aliquot of sample.
U     Analyzed for but not detected above limiting criteria. Includes MDL, MDA, PQL, zero, counting error, and total
analytical error.

for
Qualifier Definition Report 

Signature: Name:

Date: Title:17 FEB 2016

Nik-Cole Elmore

Data Validator

Review/Validation

Client SDG: XP0223  GEL Work Order: 391313 Project:  RC-155 Other
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Report Date: February 17, 2016

Mercury Analysis-CVAA

Metals Analysis-ICP

Parameter Result UnitsQualifier Analyst Date Time

1544601

1544804

0944

0918

ug/L

ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L
ug/L

02/15/16

02/15/16

MTM1

HSC

2.00

2000
100
300
50.0
50.0
50.0
50.0
100
50.0
300
50.0
200
50.0
100

DF

1

1
1
1
1
1
1
1
1
1
1
1
1
1
1

Joan KessnerContact:

WC-Hanford, Inc.Company :
2620 Fermi Avenue

Richland, Washington  99354

Address :

RC-155 OtherProject:

391313001
OTHERLIQ
04-FEB-16 10:30
12-FEB-16

J1V8C1 WCHN00414Project:
WCHN001Client ID:

Client

MSIN H4-21

Sample ID:

Receive Date:

Client Sample ID:

Matrix:
Collect Date:

Collector:

Batch

0.670

680
35.0
50.0
10.0
10.0
10.0
10.0
33.0
15.0
60.0
10.0
50.0
10.0
33.0

The following Prep Methods were performed: 

SW846 3010A
SW846 7470A Prep

ICP-TRACE SW846 3010A
EPA 7470A Mercury Prep Liquid

02/12/16
02/12/16

1544803
1544596

1400
1330

JXM5
AXS5

Method Description Analyst Date Time Prep Batch 

Method

The following Analytical Methods were performed: 

1
2

Method Description 

1

2

SW846 7470A
SW846 3010A/6010C

Analyst Comments 

U

B
U
U

U
U

U
U
U
U
U
B

Mercury

Aluminum
Antimony
Arsenic
Barium
Beryllium
Cadmium
Chromium
Lead
Nickel
Selenium
Silver
Thallium
Vanadium
Zinc

7470 Cold Vapor Hg Liquid "As Received"

SW846 3010A/6010C Liquid "As Received"

0.670

931
35.0
50.0

2930
10.0
10.0
81.6
334
15.0
60.0
10.0
50.0
10.0
79.9

Client SDG: XP0223

RLDL

Notes:
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis-ICP
1544804Batch

Aluminum

Antimony

Arsenic

Barium

Beryllium

Cadmium

Chromium

Lead

Nickel

Selenium

Silver

Thallium

Vanadium

Zinc

Aluminum

Antimony

Arsenic

Barium

Beryllium

Parmname

Joan KessnerContact:

WC-Hanford, Inc.
2620 Fermi Avenue

Richland, Washington 

February 17, 2016Report Date:

Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

HSC 02/15/16 09:21

02/15/16 09:15

QC

819

35.0

50.0

2860

10.0

10.0

81.2

336

15.0

60.0

10.0

50.0

10.0

40.7

50200

5000

4860

4970

4870

NOM Sample

931

35.0

50.0

2930

10.0

10.0

81.6

334

15.0

60.0

10.0

50.0

10.0

79.9

Range

(+/-2000)

(0%-20%)

(+/-50.0)

(+/-100)

(+/-100)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

Qual

B

U

U

U

U

U

U

U

U

U

B

QC1203488993    391313001

QC1203488992     

12.7

N/A

N/A

2.32

N/A

N/A

0.465

0.451

N/A

N/A

N/A

N/A

N/A

65

REC%

100

99.9

97.2

99.4

97.3

50000

5000

5000

5000

5000

DUP

LCS

391313Workorder:

MSIN H4-21

B

U

U

U

U

U

U

U

U

U

B

^

^

^

^

XP0223Client SDG:

RPD/D%

Project Description: RC-155 Other

Page  1 of  6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis-ICP
1544804Batch

Cadmium

Chromium

Lead

Nickel

Selenium

Silver

Thallium

Vanadium

Zinc

Aluminum

Antimony

Arsenic

Barium

Beryllium

Cadmium

Chromium

Lead

Nickel

Selenium

Silver

Thallium

Vanadium

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

HSC 02/15/16 09:15

02/15/16 09:08

QC

4850

4880

5010

4870

4520

4920

4990

5010

4750

680

35.0

50.0

10.0

10.0

10.0

10.0

33.0

15.0

60.0

10.0

50.0

10.0

NOM Sample Range

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

Qual

U

U

U

U

U

U

U

U

U

U

U

U

U

QC1203488991     

REC%

97

97.7

100

97.3

90.4

98.3

99.8

100

95

5000

5000

5000

5000

5000

5000

5000

5000

5000

MB

391313Workorder: XP0223Client SDG:

RPD/D%

Project Description: RC-155 Other Page  2 of  6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis-ICP
1544804Batch

Zinc

Aluminum

Antimony

Arsenic

Barium

Beryllium

Cadmium

Chromium

Lead

Nickel

Selenium

Silver

Thallium

Vanadium

Zinc

Aluminum

Antimony

Arsenic

Barium

Beryllium

Cadmium

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

HSC 02/15/16 09:08

02/15/16 09:24

02/15/16 09:27

QC

33.0

47300

5040

4960

7750

4880

4780

4800

5160

4670

4690

4870

4860

5030

4860

3400

175

250

59.1

50.0

50.0

NOM Sample

931

35.0

50.0

2930

10.0

10.0

81.6

334

15.0

60.0

10.0

50.0

10.0

79.9

93.1

3.08

-2.42

293

-0.227

0.0698

Range

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(0%-10%)

(0%-10%)

(0%-10%)

(0%-10%)

(0%-10%)

(0%-10%)

Qual

U

DU

DU

DU

D

DU

DU

QC1203488994    391313001

QC1203488995    391313001

N/A

N/A

N/A

1

N/A

N/A

REC%

92.8

100

99.2

96.4

97.6

95.6

94.4

96.5

93.4

93.8

97.5

97.2

100

95.6

50000

5000

5000

5000

5000

5000

5000

5000

5000

5000

5000

5000

5000

5000

MS

SDILT

391313Workorder:

B

U

U

U

U

U

U

U

U

U

B

B

U

U

U

U

XP0223Client SDG:

RPD/D%

Project Description: RC-155 Other Page  3 of  6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis-ICP
1544804Batch

Chromium

Lead

Nickel

Selenium

Silver

Thallium

Vanadium

Zinc

Aluminum

Antimony

Arsenic

Barium

Beryllium

Cadmium

Chromium

Lead

Nickel

Selenium

Silver

Thallium

Vanadium

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

HSC 02/15/16 09:27

02/15/16 09:11

QC

1.50

5.62

75.0

300

50.0

250

50.0

3.93

680

35.7

50.0

10.0

10.0

10.0

10.0

33.0

15.0

60.0

10.0

50.0

10.0

NOM Sample

8.16

33.4

-0.795

-1.0

-0.853

-4.78

0.390

7.99

Range

(0%-10%)

(0%-10%)

(0%-10%)

(0%-10%)

(0%-10%)

(0%-10%)

(0%-10%)

(0%-10%)

Qual

D

D

DU

DU

DU

DU

DU

D

U

B

U

U

U

U

U

U

U

U

U

U

U

QC391313002     

7.83

16

N/A

N/A

N/A

N/A

N/A

146

REC%

TB

391313Workorder:

U

U

U

U

U

B

XP0223Client SDG:

RPD/D%

Project Description: RC-155 Other Page  4 of  6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis-ICP

Metals Analysis-Mercury

1544804

1544601

Batch

Batch

Zinc

Mercury

Mercury

Mercury

Mercury

Mercury

Mercury

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

HSC

MTM1

02/15/16 09:11

02/15/16 09:45

02/15/16 09:20

02/15/16 09:15

02/15/16 09:47

02/15/16 09:49

02/15/16 09:52

QC

33.0

0.670

2.11

0.067

21.1

3.35

0.670

NOM Sample

0.670

0.670

0.025

Range

(80%-120%)

(75%-125%)

(0%-10%)

Qual

U

U

U

DU

U

QC1203488484    391313001

QC1203488483     

QC1203488482     

QC1203488485    391313001

QC1203488486    391313001

QC391313002     

The Qualifiers in this report are defined as follows:

N/A

N/A

REC%

106

104

2.00

20.0

DUP

LCS

MB

MS

SDILT

TB

391313Workorder:

*

+

B

C

D

E

M

N

S

U

W

X

Y

Z

Duplicate analysis not within control limits

Correlation coefficient for Method of Standard Additions (MSA) is < 0.995 

The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as appropriate).

Target analyte was detected in the sample and the associated blank. The associated blank concentration is >= EQL or is > 5% of the measured
concentration and/or decision level for associated samples.
Results are reported from a diluted aliquot of sample.

Reported value is estimated due to interferences.  See comment in narrative.

Duplicate precision not met.

Spike Sample recovery is outside control limits.

Reported value determined by the Method of Standard Additions (MSA)

Analyzed for but not detected above limiting criteria. Includes MDL, MDA, PQL, zero, counting error, and total analytical error.

Post-digestion spike recovery for GFAA out of control limit. Sample absorbency < 50% of spike absorbency. 

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

U

U

U

XP0223Client SDG:

RPD/D%

Notes:

Project Description: RC-155 Other Page  5 of  6
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Parmname

Page  6 of  6

Units  Anlst Date TimeQCNOM Sample RangeQual REC%

391313Workorder:

N/A indicates that spike recovery limits do not apply when sample concentration exceeds spike conc. by a factor of 4 or more or %RPD not applicable.
^ The Relative Percent Difference (RPD) obtained from the sample duplicate  (DUP) is evaluated against the acceptance criteria when the sample is greater than
five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is less than 5X the RL, a control limit of +/- the
RL is used to evaluate the DUP result.
* Indicates that a Quality Control parameter was not within specifications.
For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations.

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless qualified on the QC Summary.

XP0223Client SDG:

RPD/D%

Project Description: RC-155 Other
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Prep Logbook

Analytical Logbook version 1 11-04-2002 GEL Laboratories LLC

5 50 10 >2
5 50 10 >2
5 50 10 >2
5 50 10 >2
5 50 10 >2
5 50 10 >2
5 50 10 >2

1544803

Initial
Volume
 (mL)

Final
Volume
 (mL)

Prep Factor
 (mL/mL)

pH CheckSample ID

Batch ID:

1203488991 MB
1203488992 LCS
391313001
1203488993 DUP (391313001)
1203488994 MS (391313001)
1203488995 SDILT (391313001)
391313002 TB

Run Date

12-FEB-2016 14:00:29
12-FEB-2016 14:00:29
12-FEB-2016 14:00:29
12-FEB-2016 14:00:29
12-FEB-2016 14:00:29
12-FEB-2016 14:00:29
12-FEB-2016 14:00:29

Sample IdType Serial Number Spike UnitsSpike Amount

Metals Spike Mix I

Metals Spike Mix II

Metals Spike Mix I

Metals Spike Mix II

mL

mL

mL

mL

UI2351278-01

UI2351281-02

UI2351278-01

UI2351281-02

1203488992

1203488992

1203488994

1203488994

LCS

LCS

MS

MS

Description

.25

.25

.25

.25

Analyst: Jack Mabry
Method:

Lab SOP: GL-MA-E-008 REV# 18
Instrument: Metals Manual Instrument 

Comments:
Block Temperature (90-95C): 92 C
Temperature within limits (Y/N)?: Y
Thermometer ID: 61066-A1
Hot Block ID: 8

SW846 3010A

Acid Digestion of Total Metals in Aqueous Samples and Extracts for Analysis by ICP and ICP-MS

Reagent/Solvent Lot ID Amount
Concentrated Nitric Acid
HYDROCHLORIC ACID

151204
2349915

Description
3 mL
2.5 mL

Misc Liquid
Misc Liquid
Misc Liquid
Misc Liquid
Misc Liquid
Misc Liquid
Misc Liquid

Matrix
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Prep Logbook

Analytical Logbook version 1 11-04-2002 GEL Laboratories LLC

20 20 1 <2
20 20 1 <2
20 20 1 <2
20 20 1 <2
20 20 1 <2
20 20 1 <2
20 20 1 <2
20 20 1 <2
20 20 1 <2
20 20 1 <2
20 20 1 <2
2 20 10
2 20 10
2 20 10
2 20 10
2 20 10

1544596

Initial
Volume
 (mL)

Final
Volume
 (mL)

Prep Factor
 (mL/mL)

pH CheckSample ID

Batch ID:

1203488482 MB
1203488483 LCS
391101005
391125001
391195001
391195003
391251001
391259002
391259003
391259004
391259005
391313001
1203488484 DUP (391313001)
1203488485 MS (391313001)
1203488486 SDILT (391313001)
391313002 TB

Run Date

12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36
12-FEB-2016 13:30:36

Sample IdType Serial Number Spike UnitsSpike Amount

MHGLIQLCSMSSPIKE

MHGLIQLCSMSSPIKE

mL

mL

WHG160212-13

WHG160212-13

1203488483

1203488485

LCS

MS

Description

.2

.2

Analyst: Alan Stanley
Method:

Lab SOP: GL-MA-E-010 REV# 31
Instrument: Metals Manual Instrument 

Comments:
Digestion Start Date: 12-FEB-2016 13:30
Digestion End Date: 12-FEB-2016 15:30
Block Temperature (90-95C): 94 C
Temperature within limits (Y/N)?: Y
Thermometer ID: 2126351
Hot Block ID: 12

SW846 7470A Prep

Mercury Analysis Using the Perkin Elmer Automated Mercury Analyzer

Reagent/Solvent Lot ID Amount
NITRIC ACID
Sulfuric Acid, Concentrated
Hg reducing agent
5% KMnO4 solution
5% Potassium Persulfate
Mercury Working 1st Source CAL 0.2/CRA
Mercury Working 1st Source CAL 0.5
Mercury Working 1st Source CAL 2.0
Mercury Working 1st Source CAL 5.0/CCV
Mercury Working 1st Source CAL 10.0
Mercury Working 2nd Source 5.0/ICV

2347437-1
2349143
2358424-C
2364159-C
2366261-C
WHG160212-01A
WHG160212-02
WHG160212-03
WHG160212-04
WHG160212-05
WHG160212-06

Description
.5 mL
1 mL
1 mL
3 mL
1.5 mL
20 uL
50 uL
200 uL
500 uL
1 mL
500 uL

Water
Water
Water
Water
Water
Water
Waste Water
Ground Water
Ground Water
Ground Water
Ground Water
Misc Liquid
Misc Liquid
Misc Liquid
Misc Liquid
Misc Liquid

Matrix
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