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CASE NARRATIVE

Client: Washington Closure Hanford

Project: WASHINGTON CLOSURE HANFORD

Job Number: 280-78848-1

SDG #:  JP1023
SAF#:  RC-155

Date SDG Closed:  January 14, 2016
Data Deliverable:  3 Day / Summary

CLIENT ID LAB ID ANALYSES REQUESTED ANALYSES PERFORMED
J1V895 280-78848-1 1311-6010-7470 1311-6010B-7470A

I certify that this data package is in compliance with the SOW, both technically and for completeness, for other than the conditions 
detailed in this Case Narrative.  Release of the data contained in this hard copy data package has been authorized by the Laboratory 
Manager or a designee, as verified by the signature on the Report Cover.

With exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no 
problems were encountered or anomalies observed.  All laboratory quality control samples analyzed in conjunction with the samples in 
this project were within established control limits, with any exceptions noted. Calculations are performed before rounding to avoid 
round-off errors in calculated results.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in 
the individual sections below.

RECEIPT
The sample was received on 1/14/2016 10:20 AM; the sample arrived intact, but at an elevated temperature of 10.8º C.  No ice was 
present in the cooler.  The client was notified on 1/15/2016.

TCLP METALS - SW846 1311/6010B/7470A
Serial dilution of a digestate in batch 280-310662 indicates that physical and chemical interferences are present for Barium and 
Sodium.  Results have been flagged with an “X”.

Sodium was recovered outside the control limits, biased high, in the LCS associated with batch 280-310662, and the associated 
sample result has been flagged “N”.  In addition, Sodium is present at a level greater than the reporting limit in the method blank 
associated with batch 280-310662.  The reagent used to make the blank fluid for this TCLP extraction contains Sodium; therefore, data 
are reported.

It can be noted that the sample amount was greater than four times the spike amount for Sodium in the Matrix Spike performed on 
sample J1V895; therefore, control limits are not applicable.

No other anomalies were encountered.
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DATA REPORTING QUALIFIERS

Client:   Washington Closure Hanford Job Number:   280-78848-1

Lab Section Qualifier Description

Sdg Number:  JP1023

Metals

Analyzed for but not detected.U

Estimated result. Result is less than the RL, but greater than MDLB

MS, MSD: The analyte present in the original sample is greater than 4 
times the matrix spike concentration; therefore, control limits are not 
applicable.

4

Recovery exceeds upper or lower control limitsN

Serial dilution in the analytical batch indicates that physical and 
chemical interferences are present.

X

The analyte was detected in both the sample and the assoicated QC 
blank, and the sample concentration was </= 5X the blank 
concentration.

C
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SAMPLE SUMMARY

Client:   Washington Closure Hanford Job Number:   280-78848-1
Sdg Number:  JP1023

Client Sample IDLab Sample ID Client Matrix Sampled Received
Date/Time Date/Time

280-78848-1 J1V895 Solid 01/11/2016  1518 01/14/2016  1020
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METHOD SUMMARY

Client: Washington Closure Hanford Job Number: 280-78848-1
Sdg Number: JP1023

Preparation MethodMethodLab LocationDescription

Matrix: Solid

TCLP Metals (ICP) TAL DEN SW846 6010B

TCLP Extraction TAL DEN SW846 1311

Preparation,  Total Metals TAL DEN SW846 3010A

TCLP Mercury TAL DEN SW846 7470A

TCLP Extraction TAL DEN SW846 1311

Preparation, Mercury TAL DEN SW846 7470A

Lab References:

TAL DEN = TestAmerica Denver

Method References:

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its 
Updates.
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METHOD / ANALYST  SUMMARY

Client:   Washington Closure Hanford Job Number:   280-78848-1

Method Analyst Analyst ID

Sdg Number:  JP1023

Rhoades, Chris R CRRSW846   6010B
Scott, Samantha J SJSSW846   6010B

Henning, Christopher D CDHSW846   7470A

TestAmerica Denver
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SAMPLE RESULTS

TestAmerica Denver
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Analytical Data

Client:   Washington Closure Hanford Job Number:   280-78848-1
Sdg Number:  JP1023

Client Sample ID:

Lab Sample ID:

J1V895

Client Matrix:

280-78848-1

Solid

Date Sampled:  01/11/2016 1518

Date Received: 01/14/2016 1020

6010B TCLP Metals (ICP)-TCLP

6010B Instrument ID:

Lab File ID: 25A011816.asc

Dilution: 1.0 Initial Weight/Volume: 10   mL

01/18/2016  1045 Final Weight/Volume: 50   mL

01/15/2016  1425

3010A

MT_025

Analysis Date:

Prep Date:

Analysis Batch: 280-310964

280-310662

280-310575

Prep Batch:

Analysis Method:

Prep Method:

Leach Batch:

01/14/2016  1455Leach Date:

Analyte DryWt Corrected: N Result (mg/L) Qualifier MDL RL

0.69 B 10.00.090Aluminum
0.016 U 0.200.016Antimony
0.022 U 0.500.022Arsenic
2.0 X 1.00.0020Barium
0.0020 U 0.0300.0020Beryllium
0.0020 U 0.100.0020Cadmium
0.10 B 0.500.0030Chromium
0.013 U 0.500.013Lead
0.0083 B 0.400.0060Nickel
0.024 U 0.100.024Selenium
0.0040 U 0.500.0040Silver
1640 C N X 50.00.46Sodium
0.0060 U 0.100.0060Vanadium
0.022 U 2.00.022Zinc

6010B Instrument ID:

Lab File ID: 25a011916a.asc

Dilution: 1.0 Initial Weight/Volume: 10   mL

01/19/2016  1537 Final Weight/Volume: 50   mL

01/15/2016  1425

3010A

MT_025

Analysis Date:

Prep Date:

Analysis Batch: 280-311083

280-310662

280-310575

Prep Batch:

Analysis Method:

Prep Method:

Leach Batch:

01/14/2016  1455Leach Date:

Analyte DryWt Corrected: N Result (mg/L) Qualifier MDL RL

0.024 U 0.100.024Thallium

7470A TCLP Mercury-TCLP

7470A Instrument ID:

Lab File ID: 160119ba.txt

Dilution: 1.0 Initial Weight/Volume: 30   mL

01/18/2016  1555 Final Weight/Volume: 50   mL

01/18/2016  1005

7470A

MT_034

Analysis Date:

Prep Date:

Analysis Batch: 280-310997

280-310832

280-310575

Prep Batch:

Analysis Method:

Prep Method:

Leach Batch:

01/14/2016  1455Leach Date:

Analyte DryWt Corrected: N Result (mg/L) Qualifier MDL RL

0.000030 U 0.00200.000030Mercury
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QUALITY CONTROL RESULTS

TestAmerica Denver
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Quality Control Results

Job Number:   280-78848-1Client:   Washington Closure Hanford
Sdg Number:  JP1023

SolidClient Matrix:
1.0Dilution:

Lab Sample ID:

TCLP SPLPE Leachate Blank - Batch:  280-310662

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

25A011816.asc

10   mL

50   mLUnits: mg/L

Method: 6010B
Preparation: 3010A
TCLP

MT_025LB 280-310575/1-B

Analysis Date: 01/18/2016  1039

Analysis Batch:

Prep Batch:

Leach Batch: 280-310575

280-310964

280-310662

Prep Date:

Leach Date:

01/15/2016  1425

01/14/2016  1455

Analyte RLMDLQualResult

0.090 U 10.00.090Aluminum
0.016 U 0.200.016Antimony
0.022 U 0.500.022Arsenic

0.0020 U 1.00.0020Barium
0.0020 U 0.0300.0020Beryllium
0.0020 U 0.100.0020Cadmium
0.0030 U 0.500.0030Chromium
0.013 U 0.500.013Lead
0.0060 U 0.400.0060Nickel
0.024 U 0.100.024Selenium
0.0040 U 0.500.0040Silver
1670 50.00.46Sodium
0.0060 U 0.100.0060Vanadium
0.022 U 2.00.022Zinc

SolidClient Matrix:
1.0Dilution:

Lab Sample ID:

TCLP SPLPE Leachate Blank - Batch:  280-310662

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

25a011916a.asc

10   mL

50   mLUnits: mg/L

Method: 6010B
Preparation: 3010A
TCLP

MT_025LB 280-310575/1-B

Analysis Date: 01/19/2016  1531

Analysis Batch:

Prep Batch:

Leach Batch: 280-310575

280-311083

280-310662

Prep Date:

Leach Date:

01/15/2016  1425

01/14/2016  1455

Analyte RLMDLQualResult

0.024 U 0.100.024Thallium
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Quality Control Results

Job Number:   280-78848-1Client:   Washington Closure Hanford
Sdg Number:  JP1023

Solid

1.0

Lab Control Sample - Batch:  280-310662

Client Matrix:

Lab Sample ID:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

25A011816.asc

10   mL

50   mLUnits: mg/L

Method: 6010B
Preparation: 3010A
TCLP

MT_025LCS 280-310575/2-B

Analysis Date: 01/18/2016  1042

Analysis Batch:

Prep Batch:

Leach Batch:

280-310964

280-310662

280-310575

Prep Date:

Leach Date:

01/15/2016  1425

01/14/2016  1455

Analyte QualLimit% Rec.ResultSpike Amount

2.00 1.91 95 B80 - 120Aluminum
0.500 0.532 106 80 - 120Antimony
4.00 4.09 102 80 - 120Arsenic
12.0 12.56 105 80 - 120Barium
0.0500 0.0515 103 80 - 120Beryllium
1.10 1.14 103 80 - 120Cadmium
5.20 5.26 101 80 - 120Chromium
5.50 5.46 99 80 - 120Lead
0.500 0.502 100 80 - 120Nickel
3.00 3.03 101 80 - 120Selenium
1.05 1.06 101 80 - 120Silver
50.0 1670 3340 N80 - 120Sodium
0.500 0.458 92 80 - 120Vanadium
2.50 2.46 98 80 - 120Zinc

Solid

1.0

Lab Control Sample - Batch:  280-310662

Client Matrix:

Lab Sample ID:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

25a011916a.asc

10   mL

50   mLUnits: mg/L

Method: 6010B
Preparation: 3010A
TCLP

MT_025LCS 280-310575/2-B

Analysis Date: 01/19/2016  1534

Analysis Batch:

Prep Batch:

Leach Batch:

280-311083

280-310662

280-310575

Prep Date:

Leach Date:

01/15/2016  1425

01/14/2016  1455

Analyte QualLimit% Rec.ResultSpike Amount

2.00 1.98 99 80 - 120Thallium
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Quality Control Results

Job Number:   280-78848-1Client:   Washington Closure Hanford
Sdg Number:  JP1023

Solid

1.0

Matrix Spike - Batch:  280-310662

Lab Sample ID:

Client Matrix:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

25A011816.asc

10   mL

50   mLUnits: mg/L

Method: 6010B
Preparation: 3010A
TCLP

MT_025280-78848-1

Analysis Date: 01/18/2016  1053

Analysis Batch: 280-310964

Prep Batch: 280-310662

Leach Batch: 280-310575

Prep Date:

Leach Date:

01/15/2016  1425

01/14/2016  1455

QualLimit% Rec.ResultSpike AmountSample Result/QualAnalyte

0.69 B 2.00 2.39 85 80 - 120 BAluminum

0.016 U 0.500 0.517 103 80 - 120Antimony

0.022 U 4.00 3.90 97 80 - 120Arsenic

2.0 12.0 13.74 98 80 - 120Barium

0.0020 U 0.0500 0.0483 97 80 - 120Beryllium

0.0020 U 1.10 1.08 98 80 - 120Cadmium

0.10 B 5.20 5.02 95 80 - 120Chromium

0.013 U 5.50 5.16 94 80 - 120Lead

0.0083 B 0.500 0.478 94 80 - 120Nickel

0.024 U 3.00 2.88 96 80 - 120Selenium

0.0040 U 1.05 1.01 97 80 - 120Silver

1640 50.0 1590 -102 80 - 120 C 4Sodium

0.0060 U 0.500 0.428 86 80 - 120Vanadium

0.022 U 2.50 2.24 90 80 - 120Zinc

Solid

1.0

Matrix Spike - Batch:  280-310662

Lab Sample ID:

Client Matrix:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

25a011916a.asc

10   mL

50   mLUnits: mg/L

Method: 6010B
Preparation: 3010A
TCLP

MT_025280-78848-1

Analysis Date: 01/19/2016  1545

Analysis Batch: 280-311083

Prep Batch: 280-310662

Leach Batch: 280-310575

Prep Date:

Leach Date:

01/15/2016  1425

01/14/2016  1455

QualLimit% Rec.ResultSpike AmountSample Result/QualAnalyte

0.024 U 2.00 1.81 91 80 - 120Thallium
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Quality Control Results

Job Number:   280-78848-1Client:   Washington Closure Hanford
Sdg Number:  JP1023

mg/LUnits:

Solid

Dilution: 1.0

Duplicate - Batch:  280-310662

Lab Sample ID:

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

25A011816.asc

10   mL

50   mL

Method: 6010B
Preparation: 3010A
TCLP

MT_025280-78848-1

Analysis Date: 01/18/2016  1050

Analysis Batch:

Prep Batch:

Leach Batch:

280-310964

280-310662

280-310575

Prep Date:

Leach Date:

01/15/2016  1425

01/14/2016  1455

Analyte QualLimitRPDResultSample Result/Qual

0.6580.69 B 5 20 BAluminum

0.0160.016 U NC 20 UAntimony

0.0220.022 U NC 20 UArsenic

1.882.0 4 20Barium

0.00200.0020 U NC 20 UBeryllium

0.00200.0020 U NC 20 UCadmium

0.09400.10 B 8 20 BChromium

0.0130.013 U NC 20 ULead

0.007950.0083 B 4 20 BNickel

0.0240.024 U NC 20 USelenium

0.00400.0040 U NC 20 USilver

15821640 4 20 C NSodium

0.00600.0060 U NC 20 UVanadium

0.0220.022 U NC 20 UZinc

mg/LUnits:

Solid

Dilution: 1.0

Duplicate - Batch:  280-310662

Lab Sample ID:

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

25a011916a.asc

10   mL

50   mL

Method: 6010B
Preparation: 3010A
TCLP

MT_025280-78848-1

Analysis Date: 01/19/2016  1542

Analysis Batch:

Prep Batch:

Leach Batch:

280-311083

280-310662

280-310575

Prep Date:

Leach Date:

01/15/2016  1425

01/14/2016  1455

Analyte QualLimitRPDResultSample Result/Qual

0.0240.024 U NC 20 UThallium
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Quality Control Results

Job Number:   280-78848-1Client:   Washington Closure Hanford
Sdg Number:  JP1023

SolidClient Matrix:
1.0Dilution:

Lab Sample ID:

TCLP SPLPE Leachate Blank - Batch:  280-310832

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

160119ba.txt

30   mL

50   mLUnits: mg/L

Method: 7470A
Preparation: 7470A
TCLP

MT_034LB 280-310575/1-C

Analysis Date: 01/18/2016  1550

Analysis Batch:

Prep Batch:

Leach Batch: 280-310575

280-310997

280-310832

Prep Date:

Leach Date:

01/18/2016  1005

01/14/2016  1455

Analyte RLMDLQualResult

0.000030 U 0.00200.000030Mercury

Solid

1.0

Lab Control Sample - Batch:  280-310832

Client Matrix:

Lab Sample ID:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

160119ba.txt

30   mL

50   mLUnits: mg/L

Method: 7470A
Preparation: 7470A
TCLP

MT_034LCS 280-310575/2-C

Analysis Date: 01/18/2016  1553

Analysis Batch:

Prep Batch:

Leach Batch:

280-310997

280-310832

280-310575

Prep Date:

Leach Date:

01/18/2016  1005

01/14/2016  1455

Analyte QualLimit% Rec.ResultSpike Amount

0.00500 0.00550 110 90 - 116Mercury

Solid

1.0

Matrix Spike - Batch:  280-310832

Lab Sample ID:

Client Matrix:

Dilution:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

160119ba.txt

30   mL

50   mLUnits: mg/L

Method: 7470A
Preparation: 7470A
TCLP

MT_034280-78848-1

Analysis Date: 01/18/2016  1604

Analysis Batch: 280-310997

Prep Batch: 280-310832

Leach Batch: 280-310575

Prep Date:

Leach Date:

01/18/2016  1005

01/14/2016  1455

QualLimit% Rec.ResultSpike AmountSample Result/QualAnalyte

0.000030 U 0.00500 0.00558 112 90 - 116Mercury
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Quality Control Results

Job Number:   280-78848-1Client:   Washington Closure Hanford
Sdg Number:  JP1023

mg/LUnits:

Solid

Dilution: 1.0

Duplicate - Batch:  280-310832

Lab Sample ID:

Client Matrix:

Instrument ID:

Lab File ID:

Initial Weight/Volume:

Final Weight/Volume:

160119ba.txt

30   mL

50   mL

Method: 7470A
Preparation: 7470A
TCLP

MT_034280-78848-1

Analysis Date: 01/18/2016  1557

Analysis Batch:

Prep Batch:

Leach Batch:

280-310997

280-310832

280-310575

Prep Date:

Leach Date:

01/18/2016  1005

01/14/2016  1455

Analyte QualLimitRPDResultSample Result/Qual

0.0000300.000030 U NC 20 UMercury
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Quality Control Results

Client:   Washington Closure Hanford Job Number:   280-78848-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Sdg Number:  JP1023

Report
Basis

Metals

Prep Batch: 280-310575
Lab Control Sample Solid 1311LCS 280-310575/2-B P
Lab Control Sample Solid 1311LCS 280-310575/2-C P
TCLP SPLPE Leachate Blank Solid 1311LB 280-310575/1-B P
TCLP SPLPE Leachate Blank Solid 1311LB 280-310575/1-C P

SolidJ1V895 1311280-78848-1 P
Duplicate Solid 1311280-78848-1DU P
Matrix Spike Solid 1311280-78848-1MS P

Prep Batch: 280-310662
Lab Control Sample Solid 280-3105753010ALCS 280-310575/2-B P
TCLP SPLPE Leachate Blank Solid 280-3105753010ALB 280-310575/1-B P

Solid 280-310575J1V895 3010A280-78848-1 P
Duplicate Solid 280-3105753010A280-78848-1DU P
Matrix Spike Solid 280-3105753010A280-78848-1MS P

Prep Batch: 280-310832
Lab Control Sample Solid 280-3105757470ALCS 280-310575/2-C P
TCLP SPLPE Leachate Blank Solid 280-3105757470ALB 280-310575/1-C P

Solid 280-310575J1V895 7470A280-78848-1 P
Duplicate Solid 280-3105757470A280-78848-1DU P
Matrix Spike Solid 280-3105757470A280-78848-1MS P

Analysis Batch:280-310964
Lab Control Sample Solid 280-3106626010BLCS 280-310575/2-B P
TCLP SPLPE Leachate Blank Solid 280-3106626010BLB 280-310575/1-B P

Solid 280-310662J1V895 6010B280-78848-1 P
Duplicate Solid 280-3106626010B280-78848-1DU P
Matrix Spike Solid 280-3106626010B280-78848-1MS P

Analysis Batch:280-310997
Lab Control Sample Solid 280-3108327470ALCS 280-310575/2-C P
TCLP SPLPE Leachate Blank Solid 280-3108327470ALB 280-310575/1-C P

Solid 280-310832J1V895 7470A280-78848-1 P
Duplicate Solid 280-3108327470A280-78848-1DU P
Matrix Spike Solid 280-3108327470A280-78848-1MS P

Analysis Batch:280-311083
Lab Control Sample Solid 280-3106626010BLCS 280-310575/2-B P
TCLP SPLPE Leachate Blank Solid 280-3106626010BLB 280-310575/1-B P

Solid 280-310662J1V895 6010B280-78848-1 P
Duplicate Solid 280-3106626010B280-78848-1DU P
Matrix Spike Solid 280-3106626010B280-78848-1MS P

TestAmerica Denver
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Quality Control Results

Client:   Washington Closure Hanford Job Number:   280-78848-1

QC Association Summary

Lab Sample ID Client Sample ID Client Matrix Method Prep Batch

Sdg Number:  JP1023

Report
Basis

Report Basis
P = TCLP

TestAmerica Denver
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