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J02180 RC-008V B30HX2 J5D090440-1 M6KG21AG  9M6KG210 5100056
B30HX2 J5D090440-1 M6KG21AH 9M6KG210 5100057
B30HX2 J5D090440-1 MEKG22AF 9M6KG220 5100058
B30HX2 J5D090440-1 M6KG21AC 9M6KG210 5100059
B30HX2 J5D090440-1 M6KG21AA  9M6KG210 5100060
B30HX2 J5D090440-1 M6KG21AE 9M6KG210 5100061
B30HX2 J5D090440-1 M6KG21AD 9M6KG210 5100062
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TestAmerica

THE LEADER IN ENVIRONMENTAL TESTING

Certificate of Analysis
Washington Hanford Closure
2620 Fermi Avenue
Richland, WA 99354
April 29, 2015

Attention: Joan Kessner

SAF Number : RC-008V

Date SDG Closed : April 9, 2015

Number of Samples : One (1)

Sample Type : Water

SDG Number : J02180

Data Deliverable : 30— Day / Summary
CASE NARRATIVE

I Introduction

On April 9, 2015, one water sample was received at TestAmerica for radiochemical analysis. Upon

receipt, the sample was assigned the following laboratory ID number to correspond with the Washington

Closure Hanford (WCH) specific ID:

WCH ID# TARL ID# MATRIX DATE OF RECEIPT
B30HX2 M6KG2 WATER 04/09/15

1L Sample Receipt
The sample was received in good condition and no anomalies were noted during check-in.
III. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors.

The requested analyses were:
Gas Proportional Counting
Gross Alpha by method RL-GPC-001
Gross Beta by method RI-GPC-001
Total Alpha Radium by method RL-RA-002
Gamma Spectroscopy
JTodine-129LL by method RL-GAM-002
Liquid Scintillation Counting

TestAmerica Laboratories, Inc. 2



Washington Closure Hanford
April 29, 2015

Technetium-99 by TEVA method RL-LSC-014
Carbon-14 by method RL-LSC-008

Laser Induced Phosphorimetry

Total Uranium by method RL-KPA-003

IV. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments" section.

QC and sample results are reported in the same units.

V. Comments

Gas Proportional Counting

Gross Alpha by method RL-GPC-001:

The LCS, batch blank, sample and sample duplicate (B30HX2) results are within contractual
requirements.

Gross Beta by method RL-GPC-001:

The LCS, batch blank, sample and sample duplicate (B30HX2) results are within contractual
requirements.

Total Alpha Radium by method RL-RA-002:
The LCS, batch blank, sample and sample duplicate (B30HX2) results are within contractual
requirements,

Gamma Spectroscopy

Lodine-129LL by method RL-GAM-002:

The sample and sample duplicate agreement were not within the acceptance limits in the original count.
They were recounted for acceptable results. Except as noted; the LCS, batch blank, sample and sample
duplicate (B30HX2) results are within contractual requirements.

Liquid Scintillation Counting

Technetium-99 by TEVA method RL-L.SC-014:

The LCS, batch blank, sample, sample duplicate (B30HX2) and sample matrix spike (B30HX2) results
are within contractual requirements.

Carbon-14 by method RL-LSC-008:
The LCS, batch blank, sample and sample duplicate (B30HX2) results are within contractual
requirements.

Total Uranium
Total Uranium by method RL-KPA-003:

The LCS, batch blank, sample, sample duplicate (B30HX2) and sample matrix spike (B30HX2) results
are within contractual requirements.

TestAmerica Laboratories, Inc. 3



Washington Closure Hanford
April 29,2015

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature.

Reviewed and approved:

V\Q(\@LQ@&

Rhonda Wagar
Project Manager

TestAmerica Laboratories, Inc. 4



_Drinking Water Method Cross References

|
DRINKING WATER ASTM METHOD CROSS REFERENCES

Referenced Method Isotope(s) TestAmerica Richland's SOP No.
EPA 901.1 Cs-134, 1-131 RL-GAM-001

EPA 900.0 Alpha & Beta RL-GPC-001

EPA 00-02 Gross Alpha (Coprecipitation)| RL-GPC-002

EPA 903.0 Total Alpha Radium (Ra-226) |RL-RA-002

EPA 903.1 Ra-226 RL-RA-001

EPA 904.0 Ra-228 RL-RA-001

EPA 905.0 Sr-89/90 RL-GPC-003

ASTM D5174 - Uranium RL-KPA-003

EPA 906.0 Tritium RL-LSC-005

Results in this report relate only to the sample(s) analyzed.

Uncertainty Estimation

TestAmerica Richland has adopted the internationally accepted approach to estimating
uncertainties described in “NIST Technical Note 1297, 1994 Edition”. The approach, "Law of Propagation
of Errors", involves the identification of all variables in an analytical method which are used to derive a
result. These variables are related to the analytical result (R) by some functional relationship, R = constants
* f(x,y,2,...). The components (x,y,z) are evaluated to determine their contribution to the overall method
uncertainty. The individual component uncertainties (u;) are then combined using a statistical model that
provides the most probable overall uncertainty value, All component uncertainties are categotized as type
A, evaluated by statistical methods, or type B, evaluated by other means. Uncertainties not included in the
components, such as sample homogeneity, are combined with the component uncertainty as the square root
of the sum-of-the-squares of the individual uncertainties. The uncertainty associated with the derived result
is the combined uncertainty (u.) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/?n), where S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-random components that are not
included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are
available on request.

TestAmerica Inc
rotGeneralinfo v3.72
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Report Definitions

Action Leyv An agreed upon activity level used to trigger some action when the final result is greater than orequal to the Action
Level. Often the Action Level is related to the Decision Limit.

Batch The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together,

Bias Defined by the equation (Result/Expected)-1 as defined by ANSI N13.30.

COC No Chain of Custody Number assigned by the Client or TestAmerica.

Count Error (#s) Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result. For Liquid Seintillation Counting (LSC) the batch blank count is the background,

CSU (#s) All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure

u, Combined of the uncertainty associated with the result, u, the combined standard uncertainty. The uncettainty is absolute and

Standard Uncert. in the same units as the result.

(#s), Coverage The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.

Factor

CRDL (RL) Contractual Required Detection Limit as defined in the Client’s Statement Of Work or TestAmerica “default”
nominal detection limit. Often referred to the reporting level (RL)

Le Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume

Lot-Sample No

MDC|MDA

Primary Detector

Ratio U-234/U-238

associated with the sample, The Type I etror probability is approximately 5%, Lc=(1.645 *
Sqrt(2*(BkgrndCnt/BkgrndCntMin)/SCntMin)) * (ConvFet/(Eff¥Y1d*Abn*Vol) * IngrFet). For LSC methods the
batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count
is zero.

The number assigned by the LIMS software to track samples received on the same day for a given client, The
sample number is a sequential number assigned to each sample in the Lot.

Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type I'and II error probability of approximately 5%. MDC = (4.65 *
Sqrt((BkgrndCnt/BkgrndCntMin)/SCntMin) + 2.71/SCntMin) * (ConvFct/(Eff * YId * Abn * Vol) * IngtFct), For
LSC methods the batch blank is used as a measure of the background variability.

The instrument identifier associated with the analysis of the sample aliquot.

The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranjum in NIST SRM 4321C is
1.038.

Rst/MDC Ratio of the Result to the MDC. A value greater than 1 may indicate activity above background at a high level of
confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Rst/TotUcert Ratio of the Result to the Total Uncertainty, If the uncertainty has a coverage factor of 2 a value greater than 1 may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Report DB No Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order
Number,

RER The equation Replicate Error Ratio = (S-D)/[sqrt(TPUs? + TPUd?)] as defined by ICPT BOA where § is the original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPU{ is the
total uncertainty of the duplicate sample,

SDG Sample Delivery Group Number assigned by the Client or assigned by TestAmerica upon sample receipt.

Sum Rpt Alpha The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where

Spec Rst(s) the results are in the same units,

Work Order The LIMS sofiware assign test specific identifier,

Yield The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method,

TestAmerica Inc
rotGencerallnfo v3.72

TestAmerica Laboratories, Inc. 6




Sample Results Summary Date: 29-Apr-15

TestAmerica In¢c TARL
Ordered by Method, Batch No., Client Sample ID.
Report No. : 65529 SDG No: J02180
Client Id Tracer
Batch  Work Order Parameter Result +- CSU ( 2 s) Qual Units Yield MDL CRDL RPD
5100057 C14_CHEM_LSC
B30HX2
MBKG21AH C-14 8.60E+00 +- 4.9E+00 pCi/L 100% 8.44E+00 1.00E+01
B30HX2 DUP
MBKG21AK C-14 6.00E+00 +- 4.8E+00 U pCi/L 100% 8.37E+00 1.00E+01 35.5
5100058 1129_SEP_LEPS_GS
B30HX2
M6KG22AF 1129 5.02E+00 +- 1.1E+00 pCi/L 91% 7.42E-01 1.00E+00
B30HX2 DUP
MBKG22AL 1129 5.48E+00 +- 1.1E+00 pCi/L 88% 6.35E-01 1.00E+00 8.7
5100056 RATOT_AEAGEA
B30HX2
M6KG21AG TOTAL ALPHA RA 2.45E-02 +- 1,9E-01 U pCi/L 100% 4.26E-01 1.00E+00
B30HX2 DUP
M6KG21AJ TOTAL ALPHA RA 3.96E-01 +- 2.8E-01 U pCi/L 100% 4.31E-01 1.00E+00 176.7
5100059 9310_ALPHABETA_GPC
B30HX2
M6KG21AC Beta 9.67E+00 +- 1.9E-+00 pCilL 100% 1.97E+00 4.00E+00
B30HX2 DUP
MBKG21AM Beta 9.43E+00 +- 1.9E+00 pCi/L 100% 1.97E+00 4.00E+00 2.5
5100060 9310_ALPHABETA_GPC
B30HX2
MBKG21AA Alpha 4.36E-02 + 1.2E+00 U pCi/lL 100% 2.29E+00 3.00E+00
B30HX2 DUP
M6KG21AN Alpha 2.21E+00 +- 1.5E+00 U pCi/L 100% 2.28E+00 3.00E+00 192.3
5100061 TC99_ETVDSK_LSC
B30HX2
M6KG21AE Tc-99 1.92E+01 +- 5.3E+00 pCi/L 100% 1.02E+01 1.50E+01
B30HX2 DUP
MBKG21AQ Tc-99 1.63E+01 +- 5.2E+00 pCi/L 100% 1.01E+01 1.50E+01 16.2
5100062 UTOT_KPA
B30HX2
MBKG21AD TOTAL-URANIUM 2.26E+00 +- 2.4E-01 ug/L 7.25E-02 1.40E-01
B30HX2 DUP
MBKG21AT TOTAL-URANIUM 2.07E+00 + 2.3E-01 ug/L 8.19E-02 1.40E-01 85

No. of Results: 14

TestAmerica inc RPD - Relative Percent Difference.
rptTALRchSaSum U Qual - Analyzed for but not detected above limiting criteria, Mde/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan

mary2 V5.3.6.8 software,
A2002
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QC Results Summary Date: 29-Apr-15

TestAmerica Inc TARL
Ordered by Method, Batch No, QC Type,.
Report No. : 65529 SDG No.: J02180
Batch Tracer LCS
Work Order Parameter Result +- CSU ( 2s) Qual Units Yield Recovery Bias MDL
C14_CHEM_LSC
5100057 BLANK QC,
MBKNE1AA  C-14 4.54E+00 +- 4.8E+00 U pCi/L 100% 8.39E+00
5100057 LCS,
M6KNE1AC C-14 4.87E+02 +- 2.9E+01 pCi/L. 100% 101% 0.0 8.34E+00
[129_SEP_LEPS_GS
5100058 BLANK QC,
MBKNF1AA [129 -6.72E-02 +- 2.7E-01 U pCi/L 93% 4.73E-01
5100058 LCS,
MBKNF1AC 1129 3.97E+01 +-4,3E+00 pCilL 87% 98% 0.0 8.27E-01
RATOT_AEAGEA
5100056 BLANK QC,
MBKND1AA  TOTAL ALPHA RA 9.95E-02 +- 2.1E-01 U pCi/L. 86% 4,38E-01
5100066 LCS,
MBKND1AC  TOTAL ALPHA RA 6,71E+00 +- 1.6E+00 pCi/L 88% 105% 0.1 4.90E-01
9310_ALPHABETA_GPC
5100059 BLANK QC,
MEKNG1AA  Beta 1.03E-01 +-9.2E-01 U pCi/l. 100% 1.71E+00
5100059 LCS,
MBKNG1AC Beta 2.31E+01 +- 3.5E+00 pCi/lL 100% 104% 0.0 1.87E+00
9310_ALPHABETA_GPC
5100060 BLANK QC,
MBKNH1AA  Alpha -4 12E-02 +- 4.6E-01 U pCi/lL 100% 8.83E-01
5100060 LCS,
MBKNH1AC  Alpha 2.07E+01 +- 5.4E+00 pCi/L 100% 90% 0.1 6.68E-01
TC99_ETVDSK_LSC
5100061 MATRIX SPIKE, B30HX2
MBKG21AP Tc-99 5.08E+02 +- 1.9E+01 pCilL 100% 95% 0.0 1.01E+01
5100061 BLANK QC,
MBKNJ1AA Tc-99 -6,12E+00 +- 4,5E+00 U pCi/lL 100% 1.01E+01
5100061 LCS, .
MBKNJ1AC Tc-99 9.28E+01 +- 7.3E+00 pCi/L 100% 86% -0.1  1.01E+01
UTOT_KPA
5100062 MATRIX SPIKE, B30HX2
MBKG21AR  TOTAL-URANIUM 2.72E+01 +- 3.8E+00 ug/L 76% -0.2  8.35E-02
5100062 BLANK QC,
MBKNK1AA  TOTAL-URANIUM 1.70E-03 +- 2.6E-04 U ug/L 8.03E-02
5100062 LCS,
MBKNK1AD  TOTAL-URANIUM 3.34E+00 +- 4.0E-01 ug/L 100% 0.0 7.62E-02
MBKNKT1AC  TOTAL-URANIUM 3.27E+01 +- 3.8E+00 ug/L 99% 0.0 7.70E-02

No. of Results: 17

TestAmerica Inc Bias - (Result/Expected)-1 as defined by ANSI N13.30.
rptSTLRchQcSum U Qual - Analyzed for but not detected above limiting criteria, Mde/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software,

mary V5.3.6.8
A2002
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| T@gb&em@ﬂgg Data Review/Verification Checklist 4/16/2015 4:14:06 PM
RADIOCHEMISTRY, First Level Review

iR tNo Due Date J5D090440; 05/08/2015

? Client, Slle 127642; S00W235B00 HANFORD
‘[QC Batch No., Method Test: 5100060; RALPHA-A Alpha by GPC-Am

SDG, Matrix: J02180; WATER

1 1 Is the lCOC page complete includes all appllcable anaIyS|s dates SOP numbers and reVIS|ons’7 Yf No N/A
2.0 QC Batch ' : ' o : ' R
2.1 Do the Summary/Detalled Reports |nclude a calculated result for each sample listed on the QC Batch Sheet? Yeg No N/A
2.2 Are the QC approptiate for the analysis included in the batch? o ' Ef'No”N/A
il2.:3"Is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc? a V No N/A
'l’?'ﬂa;Does the Worksheets include a Tracer Vial label for each sample? - o ’ “Yes No W

QC & Samples ' “ ST SR AT R el e
4 s the blank results, yield, and MDA within contract llmlts? Yes No N/A

5‘({"’4,!3 the LCS result, yield, and MDA within contract limits? S I?No N/A
| %3 Are the MS/MSD results, yields, and MDA within contract limits? o o ) l(es No Iz?
3.4 Are the duplicate result, yields, and MDAs within contract limits? ' ' Yj No N/A
3.5 Are the sample yields and MDAs within contract limits? - o (75 No N/A
4.0 Raw Data i i e e e R R e D e i
4.1 Were results calculated in the correct units? Yy No N/A
4.2 Were analysis volumes entered correctly? B o - ' (e/q No N/A
‘: Were Yields entered correctly? o ’ ‘ - " Yes No N/

Were spectra reviewed/meet contractual requirements? k Yes No w

Were raw counts reviewed for anomalies? ' - ' ' ' _\:?s No N/A
' (i Other e e
5 1 Are all nonconformances mcluded and noted’? Yes No W
5.2 Are all required forms filled out? R I b&; No N/A
5.3 Was the correct methodology used? * ‘ ' :‘Ye” No N/A
5.4 Was transcription checked? ’ Yy No N/A
5.5 Were all calculations checked at a minimum frequency? o ' h Yes No l\yl
5.6, Are worksheet entries complete and correct? S ' Yy No ;Nk/A‘

Comments on any No response:

P73 SIS

ITestAmerica Richland

Page 1
AS_RADCALCvV4.8.68.1
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THE LEADER IN ENVIRONMENTAL TESTING

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Batch Number: 5\ QQD\DB

Review Item Yes(V) | No (V) NA (V)

A. Sample Analysis ‘ \/
1. Are the sample yields within acceptance criteria?
2. TIs the sample Minimum Detectable Activity < the Contract e
/
[

Detection Limit? '
3. Are the correct isotopes reported?
B. QC Samples

1. Is the Minimum Detectable Activity for the blank result <the
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?

4, Isthe blank resuli > the Contract Detection Limit but the
sample result < the Contract Detection Limit?

e
o
(S
5. Is the LCS recovery within contract acceptance criteria? w

6. Is the LCS Minimum Detectable Activity <the Contract
Detection Limit?
7. Do the MS/MSD results and yields meet acoeptance criteria?

8. Do the duplicate sample results and yields meet acceptance
criteria?

C. Other

1. Are all Nonconformances (NCM) included and noted? —
2. Was the correct methodology used?

3. Were units checked?

WA

Comments on any “No” response: QQ\\VL_; (3“Q? N )\,[

Second Level Revi&@\é Q{\&) L\\QQ\A Date: _ L’i‘ ’ [ ’[S

DR-001, Rev. 01, 10/30/2013

TestAmerica Laboratories, Inc. 19




._J‘T@gfyaﬁm@rlcg Data Review/Verification Checklist 4/16/2015 3:23:24 PM
RADIOCHEMISTRY, First Level Review

th No., Due Date J5D090440; 05/08/2015

(..,Itent SIte‘ 127642; SO0W235B00 HANFORD

: QC Batch No., Method Test: 5100059; RBETA-SR Beta by GPC-Sr/Y

;; SDG Matrix: J02180, WATER

: 1 1 s the ICOC page complete includes all applicable analysis, dates, SOP numbers and revi3|ons'7 Yy No N/A

2.0 QC Batch ; : o . S

2.1 Do the Summary/Detalted Fteports include a calculated result for each sample Ilsted on the QC Batch Sheet’7 'Yj No N/A

2.2 Are the QC appropriate for the analysis included in the batch? ‘ S - Yy No N/A

2.3 s the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc? ' Yy No N/A

2 4~Does the Worksheets include a Tracer Vial label for each sample? - ' ’ Yes No v

QC & Samples f T A R
s the.blank results, yield, and MDA within oontract limits? V No N/A

3:9::1s the L.CS result, yield, and MDA within contract limits? ‘ I o . T\&éNb N/A

#; Are the MS/MSD results, yields, and MDA within contract fimits? ’ t(es'No t;l?(
q4 Are the duplicate result, yields, and MDAs within contract limits? ' - ‘ \@s No N/A
35 Are the sample yields and MDAs within contract limits? ' ' Yy No N/A
4.0 Raw Data . i : , E e G e
4.1 Were results calculated in the correct unlts’i Yy No N/A
4.2 Were analysis volumes entered correctly? ‘ ' ' ' t@s No N/A
4.3 Were Yields entered correctly? S 4 ‘ t(ee No t;l?t

Were spectra reviewed/meet contractual requirements? o ‘ T Yes No v
Were faw counts reviewed for anomalies? T ' I \g?q No N/A

Other

‘i'Are all nonconformartces included and netet:l? R o ’ 'Ye“s Nov |
5??2“’ Are all required forms filled out? S o - Yveg No NIA
6§3 Was the correct methodology used? o ' ‘ I? No N/A
5.4 Was transcription checked? ' ' ‘ \:7 No N/A
5.5 Were alil calculations checked at a minimum frequency? S ' Yes No lw
5.6 Are worksheet entries complete and correct? ' S Yy No t\llA

6.0 Comments on any No response:

LOLS

TestAmerIca Rlchland P
(GAS_RADCALCV4.8.68.1

Page 1

TestAmerica Laboratories, Inc. 20



THE LEADER IN ENVIRONMENTAL TESTING

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Batch Number: LC\ QQQ%O\

Review Item Yes() | No (V) NA (V)

A. Sample Analysis (/ [
1. Are the sample yields within acceptance criteria? 1
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3. Are the correct isotopes reported?

B. QC Samples

1. Is the Minimum Detectable Activity for the blank result <the
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?

3. Is the blank result < the Contract Detection Limit?

{ 4. Ts the blank result > the Contract Detection Limit but the
sample result < the Contract Detection Limit?

5. Is the LCS recovery within contract acceptance criteria?

6. Is the LCS Minimum Detectable Activity < the Contract
Detection Limit?

7. Do the MS/MSD results and yields meet acceptance criteria?

8. Do the duplicate sample results and yields meet acceptance
criteria?

C. Other

1. Are all Nonconformances (NCM) included and noted?

2. Was the correct methodology used?

3. Were units checked?

v
o
o
v
[
(/
—
e
"

Comments on any “No” response: QE\&QG QQ &\EX ‘;\\‘ C

Second Level Revie

'W\&ﬁx L\%@/\ Date: LJ‘!’LO!\&

DR-001, Rev. 01, 10/30/2013

TestAmerica Laboratories, Inc. 21



TestAMmerica Data Review/Verification Checklist

41242015 12:46:17 PM

Tt LEADER 1 EXVIHONWLENT . BN RADIOCHEMISTRY, First Level Review
Lot No., Due Date: J5D090440; 05/08/2015

Client, Site: 127642; SO0W235B00 HANFORD

QC Batch No., Method Test: 5100056; RRATOT RaTot by GPC

SDG, Matrix: J02180; WATER

Is the ICOC page complete; includes all applicable analysis, dates, SOP numbers, and revisions?

2.1 Do the Summary/Detailed Reports include a calculated result for each sample listed on the QC Batch Sheet?

2.2 Are the QC appropriate for the analysis included in the batch?

Is the blank results, yield, A within contrac

W No N/A
2.3 Is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, efc? E{_ No N/A
2.4 Does the Worksheets include a Tracer Vial label for each sample? No N/A

3.2 Isthe LCS result, yield, and MDA within contract limits?

3.3 Are the MS/MSD results, yields, and MDA within contract limits?

3.4 Are the duplicate result, yields, and MDAs within contract limits?

3.5 Are the sample yields and MDAs within contract limits?

4.1 Were results calculated inthe correct units?

Are all nonconformances included and noted?

{Yé? No N/A
4.2 Were analysis volumes entered correctly? [Y‘e} No N/A
4.3 Were Yields entered correctly? K% No N/A
4.4 Were spectra reviewed/meet contractual requirements? Yei No W
4.5 Were raw counts reviewed for anomalies? NITO{

5.2 Are all required forms filled out?

N/A

5.3 Was the correct methodology used?

N/A

5.4 Was transcription checked?

5.5 Were all calculations checked at a minimum frequency?

5.6 Are worksheet entries complete and correct?

6.0 Comments on any No response:

First Level Date  “(|2U{|g

[TestAmerica Richland
AS_RADCALCv4.8.68.1

Page 1

TestAmerica Laboratories, Inc. 22



THE LEADER IN ENVIRONMENTAL TESTING

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

| g -
Batch Number: W\ C)QQFQK()

\ Review Item ’ Yes (V) No (V) NA (V)
A. Sample Analysis
1. Are the sample yields within acceptance criteria?

2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3. Are the correct isotopes reported?
B. QC Samples

1. Is the Minimum Detectable Activity for the blank result <the
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?

3. Is the blank result < the Contract Detection Limit?

4. Is the blank result > the Contract Detection Limit but the
sample result < the Contract Detection Limit?

| 5. Is the LCS recovery within contract acceptance criteria?

6. Is the LCS Minimum Detectable Activity <the Contract
Detection Limit?

7. Do the MS/MSD results and yields meet acceptance criteria?

8. Do the duplicate sample results and yields meet acceptance
criteria?

C. Other

1. Are all Nonconformances (NCM) included and noted?

2. Was the correct methodology used?

3. Were units checked?

NN 4SS

Comments on any “No” response: Q/QQLL (@Y IS {?C_ A\\ o

Second Level Review:&%‘ﬂ:\!\g@t& &QQQ‘A Date: ' ~ 6((

DR-001, Rev. 01, 10/30/2013

TestAmerica Laboratories, Inc. 23



TestAmerica

THE LEADER IN ENV!RONMENIAL TESTING

Data Review/Verification Checklist
RADIOCHEMISTRY, First Level Review

4/29/2015 12:57:47 PM

Lot No., Due Date:
Client, Site:

SDG, Matrix:

J5D090440; 05/08/2015
127642; S00W235B00 HANFORD

QC Batch No., Method Test: 5100058; RGAMLEPS Gamma by LEPS

J02180; WATER

2 1 Do the Summary/Detailed Reports include a calculated result for each sample listed on the QC Batch Sheet? N/A
2.2 Are the QC appropriate for the analysis included in the batch? o N/A
2.3 s the Analytical Batch Worksheet complete; includes as appropriate, Volumes, count times, etc? N/A

2.4 Does the Worksheets inciude a Tracer Vial label for each sample?

3.2 Is the LCS resuit, yield, and MDA within contract limits?

I?s No N/A
}

3.3 Are the MS/MSD results, yields, and MDA within contract limits?

Yes No IV

3.4 Are the duplicate result, yields, and MDAs within contract limits?

3.5 Are the sample yields and MDAs within contract limits?

al 1
‘ere results calculated in the correct units

Yeg No N/A

4.2 Were analysis volumes entered correctly?

Yep No NA

A
7

Ye No N/A

4.3 Were Yields entered correctly?

\(;;v No N/A

4.4 Were spectra reviewed/meet contractual requirements?

(j No N/A

Were raw counts reviewed for anomalies?

JLNET %ﬁﬁmﬁ* e =
5.1 Are all nonconformances included and noted?

Yeg No NIA

es No N/
LY A

5.2 Are all required forms filled out?

Ye No N/A
\

5.3 Was the correct methodology used?

5.4 Was transcription checked?

)Le, No N/A

Yﬁ: No NIA
L4 -

5.5 Were all calculations checked at a minimum frequency?

Yes No N/A

5.6 Are worksheet entries complete and correct?

):75 No NA
; i

6.0 Comments on any No response:

Qﬂf@%@% Al s

TestAmerica Richland
AS_RADCALCv4.8.68.1

Page 1

TestAmerica Laboratories, Inc.
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THE LEADER IN ENVIRONMENTAL TESTING

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Batch Number: S\ O DQEK

Review Item : Yes (V) No () NA (V)

A. Sample Analysis

1. Are the sample yields within acceptance criteria?

2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3. Are the correct isotopes reported?

B. QC Samples

1. Is the Minimum Detectable Activity for the blank result <the
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?
4. Is the blank result > the Contract Detection Limit but the v I
sample result < the Contract Detection Limit?

5. Is the LCS recovery within contract acceptance critetia?
6. Is the LCS Minimum Detectable Activity < the Contract
Detection Limit?

7. Do the MS/MSD results and yields meet acceptance criteria? g
8. Do the duplicate sample results and yields meet acceptance
criteria?

C. Other

1. Are all Nonconformances (NCM) included and noted?

2. Was the correct methodology used?

3. Were units checked?

(¢ ISR

N

NN
\

Comments on any ‘“No” response: QRDL/M \ Q ’\( \\L
o NOMES 1O~ SO IS :

Second Level Review: %b/m@ Q Date: qz&Q J J S

DR-001, Rev. 01, 10/30/2013

TestAmerica Laboratories, Inc. 25




Clouseau
Nonconformance Memo

TestAmerica

THE LESDER 1N ENVIROMMENTAL TESTING

Nonconformance:
Subcategory:

NCM # 10-30675

NCM Initiated By:
Date Opened:
Date Closed:

Lisa Antonson
04/29/2015

QA/QC Observation
Data accepted

Cl

Prod

QC Batches:

assiflcation:
Status:
uction Area:;
Tests:
Lot #'s (Sample #'s):

Observation

PMREVIEW

Counting

Gamma by LEPS
J5D090440 (1), J5D100000
(58),

5100058,

Name
Lisa Antonson

Name
Lisa Antonson

Verified By

Problem Description / Root Cause

Date Description

04/29/2015 the dups were out in the original count of this batch

limits.

Corrective Action

Date Corrective Action

04/29/2015

Project Manager

Client Notification Summary -

. A recount brought them within

Notified Response How Notified Note

Response

Response Note

Quality Assurance Verification

Due Date Status

Date Approved

This section not yet completed by QA.

Approved By

Date Printed: 4/29/2015

TestAmerica Laboratories, Inc.

‘Approval History
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THE LEADER IN ENVIRONME

} T@S‘f?&ﬁm@ﬂ(:@ Data Review/Verification Checklist 4/92/2015 3:05:11 PM
' RADIOCHEMISTRY, First Level Review

'§ SDG, Matrix: J02180; WATER

Lot No., Due Date: J5D090440; 05/08/2015
Client, Site: 127642; SO0W235B00 HANFORD
-|QC Batch No., Method Test: 5100061; RTC99 Tc-99 by LSC

| COC

Is the ICOC page complete mcludes all applicable analyms dates SOP numbers and revisions? ' {?q No N/A

3.0 QC & Samples

’.5’ Are the sample yields and MDAs within contract limits?

) Raw Data
Were results calculated in the correct umts”

Were analysis volumes entered correctly?

1543 .
14.3 Were Yields entered correctly?

4.5 Were raw counts reviewed for anomalies?

5.0 Other
5.1 Are all nonconformances lncluded and noted?

5. 2 Are all required forms filled out?

é’Was the correct methodology used?

:) ’ .
. Was transcription checked?

Are worksheet entries complete and correct?

éO Comments on any No response:

4.4 Were spectra reviewed/meet contractual requirements?

5:5 . Were all calculations checked at a minimum frequency?

I%CthBeaStgr?wmary/Detalled Reﬁorts include a calculated result for each sample Iisted on the QcC Batch Sheet’)» ' k\:? No NIA;

“Are the QC appropriate for the analysis included in the batch? o ' Yj No N/A
§2_3'{ Is the Analytical Baich Worksheet complete; includes as appropriate, volumes, count times, etc? TI?NO N/A
%2.4 Does the Worksheets include a Tracer Vial label for each sample? ' Yes No Iy

3.1 ls the blank results, yield, and MDA within contract limits? Yé No VNIVA
3.2 |s the LCS result, yieid, and MDA within contract limits? ;Ye’ No N/A
7_:3.3 Are the MS/MSD results, yields, and MDA within contract limits? ' o ' Yes No N/A
b Are the duplicate result, yields, and MDAs within contract limits? ‘ Yy No N/A

‘YyNo N/A

\y No N/A
Y&‘a No N/A
Yes No w
Yes No l:/}(
h I?'No N/A
’v‘es“nokv |
YQ? No N/A
t‘e/gq No N/A
\2?;?' No N/A
" Yes No I\y
Yj No NIA

{tastAmerica Rlchland v
/A5 RADCALCV4.8.68.1
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THE LEADER IN ENVIRONMENTAL TESTING

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Batch Number: 6\ QQQ (Q \

Review Item Yes (V) No(V) | NA(Y)

A. Sample Analysis V
1. Are the sample yields within acceptance criteria?

2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3. Are the correct isotopes reported?
B. QC Samples

1. Is the Minimum Detectable Activity for the blank result <the
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?

4. Is the blank result > the Contract Detection Limit but the
sample result < the Contract Detection Limit?
FS. Is the LCS recovery within contract acceptance criteria?

F. Ts the LCS Minimum Detectable Activity < the Contract

Detection Limit?
\ 7. Do the MS/MSD results and yields meet acceptance criteria?

8. Do the duplicate sample results and yields meet acceptance
criteria?

(C. Other

1. Are all Nonconformances (NCM) included and noted? "
2. Was the correct methodology used?

3, Were units checked?

\c\\\ \\\\\

Comments on any “No” response: QQ/(D L/T_ (6 oA

]

Second Level Reviev\( %‘U\& C\%@ N Date: | K{/&B} ZS

. \\

DR-001, Rev. 01, 10/30/2013
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T@$1’Am@rica | Data Review/Verification Checklist 4/20/2015 3:12:35 PM
RADIOCHEMISTRY, First Level Review

THE LEADER IN ENVIRONMENTAL TESTING

Lot No., Due Date: J5D090440; 05/08/2015

Client, Site: 127642; S00W235B00 HANFORD

QC Batch No., Method Test: 5100057; RI131GPC C-14 Digestion

SDG, Matrix: J02180; WATER

1.0 COC ‘ ’ i 7 TR , e

1.1 Is the ICOC page complete; includes aII appllcable analysus dates sopP numbers and rewswns’? Y~?q No N/A
2,0 QC Batch : : :

2.1 Do the Summary/Detailed Reports include a calculated result for each sample listed on the QC Batch Sheet? \:;g No N/A
2.2 Are the QC appropriate for the analysis included in the batch? A o o Ye No N/A
2.3 |s the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc? N/A
2.4 Does the Worksheets include a Tracer Vial label for each sample? U e 4No“|\yﬁi
3.0 QC & Samples ' e e e e

3.1 Is the blank results, yield, and MDA within contract limits? I?Q No N/A
3.2 s the LCS result, yield, and MDA within contract limits? o : ’ \:? No N/A
3.3 Are the MS/MSD results, yields, and MDA within contract limits? ' S “Yes No v
3.4 Are the duplicate result, yields, and MDAs within contract limits? ‘ o Yy No N/A
3.5 Are the sample yields and MDAs within contract limits? ' ’ I? No N/A
4.0 Raw Data : ‘ : = e : . e :
4.1 Were results calculated in the correct units? \2?; No N/A
4.2 Were analysis volumes entered correctly? o ' V Yy No N/A

4.3 Were Yields entered correctly? ' N o ' &fa«j\} ‘Y,e_ No ':/A/

4.4 Were spectra reviewed/meet contractual requirements? Yes No v

4.5 Were raw counts reviewed for anomalies? h S o Yy No N/A
vy

5.0. Other e s e e L

5.1 Are all nonconformances included and noted? Yes No lz/;d

5.2 Are all required forms filled out? - o o o ’ {7 No N/A

5.3 Was the correct methodology used? S V No N/A
5.4 Was transcription checked? S N - S Yeg No N/A

5.5 Were ail calculations checked at a minimum frequency? ' ’ I Ye; No Iw

5.6 Are worksheet entries complete and correct? S ' o \z? No N/A

6.0 Comments on any No response:

First Lev

[TestAmerica Rlchland / {
Page 1
IQAS_RADCALCV4.8.68.1
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TestAmerica Laboratories, Inc.

THE LEADER IN ENVIRONMENTAL TESTING

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Batch Number: ‘5\ oA

Review Item Yes (V) No () NA ()

A. Sample Analysis ‘/
1. Are the sample yields within acceptance criteria?

2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3. Are the correct isotopes reported?

B. QC Samples

[
1. Is the Minimum Detectable Activity for the blank result < the /
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?

4. Is the blank result > the Contract Detection Limit but the
sample result < the Contract Detection Limit?

/
5. Is the LCS recovery within contract acceptance criteria? /
6. Is the LCS Minimum Detectable Activity <the Contract 1
"
s
[

N

Detection Limit?
7. Do the MS/MSD results and yields meet acceptance criteria?

8. Do the duplicate sample results and yields meet acceptance
criteria?

C. Otler

1. Are all Nonconformances (INCM) included and noted?

2. Was the correct methodology used?

3. Were units checked?

Comments on any “No” response: Qgﬂ = \Q»Q L\g((/\\é:\ ‘R\? ‘*(/&0! AN

Second Level Review:

'DR-001, Rev. 01 10/30/2013
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Data Review/Verification Checklist
RADIOCHEMISTRY, First Level Review

TestAmerica

THE LEADER IN ENVIRONMENTAL TESTING

4/27/2015 10:09:58 AM

Lot No., Due Date: J5D090440; 05/08/2015
Client, Site: 127642; S00W235B00 HANFORD
QC Batch No., Method Test: 5100062; RUNAT UNat by KPA

SDG, Matrix: J02180; WATER

1.0 COC

1.1 Is the ICOC page complete; inciudes all appllcable analySIS dates SOP numbers and rewsmns’? k

2.0 QC Batch

2.1 Do the Summary/Detailed Reports inciude a calculated result for eaoh sample Ilsted on the QC Batch Sheet’7 '

ng; No N/A

N/A

2.2 Are the QC appropriate for the analysis included in the batch?

2.3 Is the Analytical Batch Worksheet complete; includes as appropriate, volumes, count times, etc?
0.4 Does the Worksheets include a Tracer Vial label for each sample?

3.0 QC & Sambples ' o
3.1 Is the blank results, yield, and MDA w1th|n contract Ilmlts?

\g? No N/A

) I?v No N/A

Yes No l:(}

4 j@éNoNiA

3.2 Is the LCS result, yield, and MDA within contract limits?

Yy No N/A

3.3 Are the MS/MSD results, yields, and MDA within contract limits?

@? No N/A

3.4 Are the duplicate result, yields, and MDAs within contract limits?
3.5 Are the sample yields and MDAs within contract limits?

4.0 ‘Raw Data
4.1 Were results calculated in the correct units?

4.2 Were analysis volumes entered correctly?

4.3 Were Yields entered correctly?

4.4 Were spectra reviewed/meet contractual requirements?

Yy No N/A

W No N/A
I? No N/A

N/A

Yes Ho |

YyNo N/A

4.5 Were raw counts reviewed for anomalies?

5.0 Other. . : ~
5.1 Are all nonconformances lnoluded and noted’7

5.2 Are all required forms filled out?

5.3 Was the correct methodology used?

5.4 Was transcription checked?

Yes No l\y
Yes Nov '

vmo N/A

ijNo N/A
vy

5.5 Were all caiculations checked at a minimum frequency?
5.6 Are worksheet entries complete and correct?

6.0 Comments on any No response:

Date ’W[ &}:{; &O (6 :

P il
First Level k""/}) A ( /

Yes No l:?!
\:?a' No N/A

[TestAmerica Rlchland
IQAS_RADCALCv4.8.68.1

Page 1
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THE LEADER IN ENVIRONMENTAL TESTING

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Batch Number: 6\ QSQ&*)( 0.

Review Item ’ Yes (V) No (\) NA (V)

A. Sample Analysis

1. Are the sample yields within acceptance criteria? M

2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?

3. Are the correct isotopes reported?
B. QC Samples

1. Is the Minimum Detectable Activity for the blank result <the
Contract Detection Limit?

2. Does the blank result meet the Contract criteria?

3. Is the blank result < the Contract Detection Limit?

4. Ts the blank result > the Contract Detection Limit but the /
sample result < the Contract Detection Limit?

5. Is the T.CS recovery within contract acceptance criteria?

6. Is the LCS Minimum Detectable Activity < the Contract
Detection Limit?

7. Do the MS/MSD results and yields meet acceptance criteria?
8. Do the duplicate sample results and yields meet acceptance
criteria?

C. Other

-
1. Are all Nonconformances (NCM) included and noted?
2. Was the correct methodology used?

w
3. Were units checked? ‘ /

AR

NI

Comments on any “No” response: Q/(ZDL:’ BN ‘\(

Second Level Revie

- Q XCTAAN Date: _ﬁm
N

DR-001, Rev. 01, 10/30/2013

TestAmerica Laboratories, Inc. 32
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T@STAW@TICQ Sample Check-in List

]’360 Container GM Screen Result: (Airlock) L“f"‘o cpm InitialsL]‘yf ]
Sample GM Screen Result (Sample Receiving) _ "C&_cpm Initials[ 0»':]

Client WSS SDG # OO KO sar i &~ O NAL ]
Lot Number: ”B%\f) bo\ THYD

Chain of Custody # @\ - OTFN — OW

Shipping Container ID or Air Bill Number : NA [J ]

Samples received inside shipping container/cooler/box Yes [ §7] Continue with 1 through 4. Initial appropriate response.
No [ ]Goto 5, add comment to #16.

1. Custody Seals on shipping container intact? Yes[ ] No[ ] No Custody Seal |

2. Custody Seals dated and signed? Yes[ ] No[ ] No Custody Seal L]
3 Cooler temperature: 6‘:) _°C S NTCE NA [

4. Vermiculite/packing materials is NA[ - r] Wet{ ] Dry [ 1]
Item 5 through 16 for samples. Initial appropriate response. .

5. Chain of Custody record present? Yes[\J ] No[ ]

6. Number of samples received (Each sample may contain multiple bottles): \

7. Containers received: \ N QA yn LT (—fl ?)\! “}C}W\(/Q \ \Lb\ﬂ \ \l bz\.,(\)

Sample holding times exceeded? NA[ ] . Yes[ ] No [j” ]
9. Samples have: tape hazard labels } custody seals A** appropriate sample labels
10. Matrix: ___ A (FLT, Wipe, Solid, Soil) _ w)““h [ (Water) S (Air, Niosh 7400) T (Biological, Ni-63)
11. Sampleq
“are in good condition are leaking are broken
have air bubbles (Only for samples requiring no head space) Other
12. Sample pH appropriate for analysis requested Yes [. f ] NA[ ]
(If acidification is necessary go to pH area & document sample ID, initial le amount of HNOs added and pH after addition on table)
13. Were any anomalies identified in sample receipt? Yes[ ] NoJ D“’“]
14, Description of anomalies (include sample numbers): NA [f ]
15. Sample Location, Sample Collector Listed on COC? * Yes ﬁ:b ] No[ ]

*For documentation only. No corrective action needed.
. fe
16. Additional Information: [\ UA\

[ ] Client/Courier denied temperature check. [=] Client/Courier unpack cooler.
Sample Check-in List c{ plet by Sam/{Custodmn .
Signature: /P Date: (“’“' ! i ! | 6

Client Notification need

[\FNO action nel

Project Manager

Date L'k’ [Q ')! /S—\
L.S-023 Rev. 17, 05/13

Page 1 ofl
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ey

6/2015 4:13:07 PM ICOC Fraction Transfer/Status Report

ByDate: 4/16/2014, 4/21/2015, Batch: '5100060', User: *ALL Order By DateTimeAccepting

il Batch Work Ord  CurStatus

Accepting

SOPs,Reagents,Comments

ReviC WattN
McginnisT
WalttN
WattN
RogersA
BullJ
DawkinsO
antonsonl

WattN

RogersA
BullJ
DawkinsO

antonsonl

4/13/2015 1:15:20 PM

IsBatched 4/13/2015 7:59:03 AM
InPrep 4/13/2015 1:16:20 PM
Prep1C 4/13/2015 1:20:50 PM
Prep2C 4/16/2015 2:10:29 PM
InCnt1 4/15/2015 2:19:04 PM
CalcC 4/15/2015 11:18:38 PM
ReviC 4/16/2015 4:12:55 PM

4/13/2015 1:20:60 PM
4/15/2015 2:10:29 PM
4/15/2015 2:19:04 PM
4/15/2015 11:18:38

4/16/2015 4:12:56 PM

ICOC_RADCALC v4.9.0
RL-GPC-001 REVISION 5
RL-GPC-001 REVISION 5
RL-GPC-001 REVISION 5

RL-CI-006 REVISION 5
RL-CI-006 REVISION 5
RL-DR-001 Rev 5

AT ACCopiTg BTy, SCTSTalis Change
e
“TestAmerica Richland

Page 1

Grp Rec Cnt:6
ICOCFractions

TestAmerica Laboratories, Inc.
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4/16/2015 3:22:25 PM

ICOC Fraction Transfer/Status Report

ByDate: 4/16/2014, 4/21/2015, Batch: '5100059', User: *ALL Order By DateTimeAccepting

Pl

: Q Batch Work Ord CurStatus Accepting SOPs,Reagents,Comments

5100059
|AC ReviC  WattN 4/18/2016 1:21:36 PM

s¢ MeginnisT IsBatched 4/13/2015 7:59:00 AM ICOC_RADCALC v4.9.0
A &C WattN InPrep 4/13/2015 1:21:36 PM RL-GPC-001 REVISION 5
1se WattN Prep1C 4/13/2015 1:26:59 PM RL-GPC-001 REVISION 5
[ SC RogersA Prep2C 4/15/2015 2:10:33 PM RL-GPC-001 REVISION 5

SC BullJ InCnt1 4/15/2015 2:19:08 PM RL-CI-006 REVISION 5
|SC DawkinsO CalcC 4/15/2015 11:18:47 PM RL-CI-006 REVISION &
1scC antonson| Rev1C 4/16/2015 3;22:16 PM RL-DR-001 Rev 5

AC WattN 4/13/2015 1:26:59 PM

AC RogersA 4/15/2015 2:10:33 PM

AC BullJ 4/15/2015 2:19:08 PM

AC DawkinsO 4/15/2015 11:18:47

AC antonsonl 4/16/20156 3:22:16 PM

restAmerica Richland
ichland Wa.,

. Accepting Entry,” SUT Status Lhange

Page 1
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4124/2015 12:29:56 PM |COC Fraction Transfer/Status Report

ByDate: 4/24/2014, 4/29/2015, Batch: '5100056', User: *ALL Order By DateTimeAccepting

Q Batch Work Ord CurStatus Accepting SOPs,Reagents,Comments
5100056

AC ReviC RichardsonB  4/17/2015 9:55:19

SC McginnisT IsBatched 4/13/2015 7:58:50 AM ICOC_RADCALC v4.9.0

SC RichardsonB InPrep 4/17/2015 9:55:19 AM RL-RA-002 REV5

SC RichardsonB Sep1C 4/22/2015 8:05:16 AM RL-RA-002 REV5

SC BullJ InCnt1 4/22/2015 12:02:43 PM RL-C!-006 REVISION 5
SC BullJ CalcC 4/23/2015 1:49:09 PM RL-CI-006 REVISION 5
SC McginnisT Rev1C 4/24/2015 12:29:34 PM RL-DR-001 Rev 7

AC RichardsonB  4/22/2015 8:05:16

AC BullJ 4/22/2015 12:02:43

AC ButlJ 4/23/2015 1:49:09 PM

AC McginnisT 4/24/2015 12:29:34

ATTAGCepling ENtry, SC. Staits chnange
TestAmerica Richland
Richland Wa.

Page 1
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wrx RE-COUNT REQUEST #++
pUE DATE OIS
custoMEr_\ANC

anaLyss (2.9

MaTRIX (e

LOT NUMBER < JEADATFAUO

SAMPLE DELIVERY GROUP

OLD BATCH NUMBER % loa:) SE >)

NEW BATCH NUMBER

LAB SAMPLE ID CLIENTID  REASON FOR REQUEST & ANALYSIS COMMENTS

DY L (aTBF N Qs OUF
2NN W % |/

3)

5)

5
|
|
\

6)

7)

8)

9

10)

1)

12)

13)

| 14)

15)

16)

17

18)

19)

20)

RC-126 Rev 6, 9/10
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412812016 12:54:19 PM ICOC Fraction Transfer/Status Report
ByDate: 4/29/2014, 5/4/2016, Batch: '5100058', User: *ALL Order By DateTimeAccepting
Q Batch Work Ord CurStatus Accepting SOPs,Reagents,Comments
5100058
AC CalcC NeyensA 4/16/2015 8:14:09
SC McginnisT IsBatched 4/13/2015 7:58:56 AM ICOC_RADCALC v4.9.0
SC NeyensA InPrep 4/16/2015 8:14:09 AM r-gam-002 revision 4
SC NeyensA Prep1C 4/21/2015 10:51:56 AM RL-GAM-002 REVISION 4
SC NeyensA Prep1C 4/21/2015 10:52:06 AM RL-GAM-002 REVISION 4
SC BullJ InCnt1 4/21/2015 11:63:27 AM RL-CI-007 REVISION 5
SC BullJ CalcC 4/28/2015 1:03:00 PM RL-CI-007 REVISION &
SC antonsonl ReviC 4/28/2015 1:45:23 PM RL-DR-001 Rev 7
SC BullJ CalcC 4/29/2015 12:31:30 PM RL-CI-007 REVISION 5
AC NeyensA 4/21/2015 10:51:56
AC NeyensA 4/21/2015 10:52:06
. AC BullJ 4/21/2015 11:53:27
; AC BullJ 4/28/2015 1:03:00 PM
AC antonsonl 4/28/2015 1:45:23 PM
AC BullJ 4/29/2015 12:31:30
1
|
AT Accepting ERtry; ST Statys Cnange
TestAmerica Richland Grp Rec Cnt:7
Richland Wa. Page 1 ICOCFractions
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4122/2015 3:04:20 PM ICOC Fraction Transfer/Status Report

ByDate: 4/22/2014, 4/27/2015, Batch: '5100061', User: *ALL Order By DateTimeAccepting

Q Batch Work Ord CurStatus Accepting SOPs,Reagents,Comments

5100061

AC ReviC WattN 4/13/2015 12:56:03
McginnisT IsBatched 4/13/2015 7:59:06 AM ICOC_RADCALC v4.9.0
WattN InPrep 4/13/2015 12:56:03 PM RL-KPA-001 REVISION 5
WattN Prep1C 4/13/2015 1:01:18 PM RL-PRP-004 REVISION 4
CarneyA InSep2 4/13/2015 4:22:20 PM RL-LSC-014 REVISION 3
CarneyA Sep2C 4/15/2015 4:54:18 PM : RL-LSC-014 REVISION 3
CarneyA InCnt1 4/15/2015 4:54:39 PM RL-C1-005 REVISION 4
BullJ CalcC 4/17/2015 9:25:19 AM RL-CI-005 REVISION 3
antonsonl ReviC 4/22/2015 3:03:46 PM RL-DR-001 Rev 7
WattN 4/13/2015 1:01:18 PM
CarneyA 4/13/2015 4:22:20 PM
CarneyA 4/15/2015 4;54:18 PM

AC CarneyA 4/15/2015 4:54:39 PM

AC BullJ 4/17/2015 9:25:19

AC antonsonl 4/22/2015 3:03:46 PM

ACTACCaplng ENy, SCT Status Change
TestAmerica Richland Grp Rec Cnt:7
“Richland Wa. Page 1 ICOCFractions
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42012015 8:12:04 PM ICOC Fraction Transfer/Status Report
ByDate: 4/20/2014, 4/25/2015, Batch: '56100057', User: *ALL Order By DateTimeAccepting
Q Batch Work Ord CurStatus Accepting SOPs,Reagents,Comments
5100057
AC ReviC AtkinsAJ 4/16/2015 7:12:36
sC McginnisT IsBatched 4/13/2015 7:58:53 AM ICOC_RADCALC v4.9.0
SC AtkinsAJ InPrep 4/16/2015 7:12:36 AM rl-lsc-008 revision 5
SC AtkinsAJ InSep1 4/16/2015 8:48:49 AM RL-LSC-008 REVISION 5
sC AtkinsAJ SepiC 4/16/2015 9:32:06 AM RL-LSC-008 REVISION 5
SC BullJ InCnt1 4/16/2015 9:44:50 AM RL-GI-005 REVISION 3
SC BullJ CalcC 4/20/2015 8:48:54 AM RL-CI-005 REVISION 3
SC nagels Rev1C 4/20/2015.3:11:58 PM RL-DR-001 Rev 7
AC AtkinsAJ 4/16/2015 8:48:49
AC AtkinsAJ 4/16/2015 9:32:06
AC BullJ 4/16/2015 9:44:50
AC BullJ 4/20/2015 8:48:54
AC nagels 4/20/2015 3:11:58 PM
ACTACCepting Entry, SC. Status change
TestAmerica Richland Grp Rec Cnt: 6
Richland Wa. Page 1 ICOCFractions

TestAmerica Laboratories, Inc.
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ICOC Fraction Transfer/Status Report

ByDate: 4/27/2014, 5/2/2015, Batch: ‘5100062, User: *ALL Order By DateTimeAccepting

Accepting

SOPs,Reagents,Comments

4/13/2015 1:04:15 PM

IsBatched
InPrep
Prep1C
InSep1
Sepi1C
Cnti1C
ReviC

4/13/2015 7:59:09 AM
4/13/2015 1:04:15 PM
4/13/2015 1:07:05 PM
4/13/2015 1:29:24 PM
4/14/2015 2:42:02 PM
4/25/2015 10:563:17 AM
4/27/2015 10:03:31 AM

4/13/2015 1:07:05 PM
4/13/2015 1:29:24 PM
4/14/2015 2:42:02 PM
4/25/2015 10:63:17

4/27/2015 10:03:31

ICOC_RADCALC v4.9.0
RL-KPA-001 REVISION 5
RL-KPA-001 REVISION 5
RL-KPA-001 REVISION 4
RL-KPA-001 REVISION 4
RL-KPA-003 REVISION 5

RL-DR-001 Rev 7

4/27/2015 10:09:15 AM
Q Batch Work Ord CurStatus
5100062
AC ReviC WattN
SC MeginnisT
SC WattN
SC WattN
SC CarneyA
SC CarneyA
SC Saliful
SC nagels
AC WattN
AC CarneyA
AC CarneyA
AC Saliful
AC nagels
[ACTACTepting Entry, SC. Stats cnange
TestAmerica Richland
Richland Wa.

Page 1

Gtp Rec Cnt:6
ICOCFractions

TestAmerica Laboratories, Inc.
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