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TestAmerica 
.W

THE LEADER IN ENVIRONMENTAL TESTING

Certificate of Analysis

Washington Hanford Closure
2620 Fermi Avenue
Richland, WA 99354

September 19,2008

Attention: Joan Kessner

SAP Ntumber RC-052
Date SDG Closed September 17, 2008
Number of Samples : One (1)
Sample Type Water
SDG Number J00196
Data Deliverable 15-Day / Summary

CASE NARRATIVE

L Introduction

On September 17, 2008 one water sample was received at TestAmerica, for chemistry analysis. Upon
receipt, the sample was assigned the following laboratory ID number to correspond with the Washington
Closure Hanford (WCH) specific ID:

WHN TALR ID# fTh DATE OF RECEIPT
JI 7J49 KW4MM WATER 9/17/08

11. Sample Receipt

The sample was received in good condition and no anomalies were noted during check-in.

IM. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors.
The requested analyses were:

Chemical Analysis
Hexavalent Chromium by EPA method 71 96A

2800 George Washington Way RkhlandWA 99354 tel 509.375.3131 fax509.375.5590 www.testamericainc.com
TestAmterica.Laboratories, Inc. 2



Washington Closure Hanford

September 19,2008

IV. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments" section.

QC and sample results are reported in the same units.

V. Comments

Chemical Analysis
Hexavalent Chromium by EPA method 71 96A:
The matrix spike and matrix spike duplicate recovered low. When colorizing the MS and MSD, there
were no changes in the color, which suggests that the sample is acting as a reducing media for the Cr+6.
Data will be accepted. Except as noted, the LCS, batch blank, sample, sample duplicate (317J49), sample
matrix spike (J17J49) and sample matrix spike duplicate (J17J49) results are within contractual
requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature.

Reviewed and approved:

Project Manager

TestAmerica Laboratories, Inc. 3



Drinking Water Method Cross References

______________________DRINKHG WATER ASIM METHOD CROSS REFERENCESj

Referenced Method isotopo$ TestAmearica Richland's SOP No.
EPA 901.1 Ce-134, 1-131 'MCH-RC-5017
EPA 900.0 Alph & Beta RlCH-RC-6014
EPA 00-02 Gross Alph ( ola tatlon) RICH - I
EPA 903.0 Totld Alpha Radium (Ra-228) R~i-RC-607
EPA 903.1Pion K+C5
EPA 904.0 e= lHR-
EPA 905.0 810 0R>r-
ASM D5174 Ualx DM0
EPA 906.0 TIMRC+CW

Results In this report relate only to the sample(s) analyzed.

Uncertainty Estimation
Testmerica Richland bas adopted the internationally accepted approach to estimating

uncertinties described in "NIS Technical Note 1297,1994 Edition". The approach, "Law of Propagation
of Errors", involves the identification of all variables in an analytical method which are used to derive a
result. These variables are related to the analytical result (R1) by some firoctional relationship, R - constants

f txy~z....). The comnnts (xyz) are evaluated to determine their contribution to the overall method
uncertinty. The individual component uncertainties (ii.) are then combined using a statistical model that
provides the mst probable overall uncertainty value. AUl comrponent uncertainties are categorized as type
A. evaluated by statistical methods, or type B, evaluated by other means. Uncertainties not included in the
components, such as sample homogeneity, are combined with the component uncertainty as te square root
of the sum-of-the-squares of the individual uncertainties. The uncertainty associated with the derived result
is the combined uncertainty (uj multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/? n), where S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-randomn components that are not
included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are
available on request.

Test~nerica
ratGenerallsfo ir3.7

TestAmerica Laboratories, Inc. 4



Report Definitions
Action Lev Ann aredupon activity level used to trigger someamtion when the final esultis greater than orequl tothe Actionl

Level. Often the Action Level Is related to the Decision Limit.

Batch The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

I Bias Defined by the equation (ReaziltlExpected)-lI as defined by ANSI NI 13.30.

COC No Chain of Custody Number assigned by the Client or TestAmerica.

ICount Error (ft) Poisson counting staistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result For Liquid Scintillation Counting (LSC) the batch blank count is the background.

iTotal Uncert (#I) All known uncertainties associated with the preparation ad analysis of the sample are propagated to give a measure
us..Ce. hinsed of the uncertainty associated with the result, u, the consbbwd unraint. The uncertainty is abslute and in the
Uacaltaiwli% same units as the result

(ft), Coverage The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.
Factor
CRDL (RL) Contractual Required Detection Limit as defined in the Clients Statement Of Work or TestAmerica "default"

nominal detection limiL Often referred to the reporting level ORM)

LC Decision Level based on instrwnient background or blank, adjusted by the Efficiency, Chemical Yield, mid Volume
associated with the sample. The Type I error probability i approximately 5% Lo-(1.645*
Sqrt(2*(BkgdCt/kmdCntMnySCntMn)) 0 (Conv~ct(Ef*YdAbn*Vol) 0 lngrFct). For LSC methods the
batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count

is Zero.

Lot-Sample No The number assignea by the LIMS software to track mples received on the same day for a given client. The
sample number is a sequential number assigned to each sample in the Lot

IMDqMDA Detection Level based on instrument background or blank. adusted by the Efficiency Chemical Yield, and Volume
with a Type l and 11 erro probability of approximately 5% MDC - (4-65
Sqrt((BkgrndCnt/BkgrnCntMinySCntMin) + 2.7 1/SCotMin) 0 (ConvFct/(Eff 0Yld 0 Abn * Vol) *lngrFct). For
[SC methods the batch blank is used as a measure of the background variability.

Primary Detector The instrunient identiffer associated with the analysis of the sample aliquot.

Ratio U-234/U-238 The U-234 result divided by the U-239 result. The U-234/U-23g ratio for natural uranium in NIST SRM 432 1 C is
1.038.

RsIJMDC Ratio of the Result to the MDC. A value greater than I may indicate activity above background at a high level of
confience. Caution should be used when applying this factor and it shold be used in concert with the qualifiers
associated with the result

RstiTotUcert Ratio of the Result to the Total Uncertainty. If the uncertainty hus a coverage factor of 2 a value greater than I may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result

Repot D No Sample Identifier used by the report system The number is based upon the first five digits of the Work Order

RER The cquation Replicate Error Ratio - (S-DY~sqrt(TUs + 7PUd2)J a defined by TCPT BOA where S is the original
sample result, D is the result oftht duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate samiple.

SDG Sample Delivery Group Number assigned by the Client or assigned by TestAmerica upon sample receipt.

Sum Rpt Alpha The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where
Spec Rst(s) the results are in the sam units.

Work Order The UIMS software assign test specific identifier.

Yield T1he recovery of the trace added to the sample such as Pu-242 used to trac a Pu-239/40 method.

TestArwcs
rat~enmerfe v3.72

TestAmerica Laboratories, Inc. 5.



Sample Results Summary Date: 19-Sep-08

TestAmerica TARL
Ordered by Method, Batch No., Client Sample ID.

Report No.: 39876 SDG No: J00196

Client ld Tracer MDC or
Batch Woeli Order parameoter Result +- Uncertuinty ( 2s) Qual Units Yield MDA CRDL RPD
8262284 7196_.CR6

JI7J49
KW4MMIMA HEXCHROME 2.70E-02 +-O.OOE+OO mg/I. WA 2.OOE-03 3.50E-01
KW4MMIAE HEXCIIROME 2.5012-02 + .OO1E+00 mag/l N/A 2.OOE.03 3.50E-01 7.7

No. of Results: 2

TestAinerica RPD -Relative Percent Difference.

rptSTLRchSaSum
mary2 V5.1.7
A2002

TestAmerica Laboratories, Inc. 6



QC Result Summary Date: 19-Sep-08
TestAmerica TARL

Ordered by Method, Batch No, QC Type,.
Reiport No. : 39a8 8DG No.: JOO 196

Batch Tracer llS
Work Wadr Parametr Result 4- Uncertainty ( 2s) Qual Units Yield Recovery Bias MDC INDA

7196_CR6
8282284 MATRIX SPIKE. JI7J40

KW4MMiAC HEXCHROME 1.20E-02 4- 0.OOE+00 mgA. N/A 5% -1.0 2.OOE-03
KW4MMIAD HEXCHROME 4.70E-02 +- O.OOEsOO mgIL NWA 18% -0.8 2.OOE-03

8262284 ICS,
KW41X1AC HEXCHROME 5.03E-01 +- 0.OOE+00 mgIL W/A 101% 0.0 2.OOE-03

822284 BLAWK QC.
KW4IX1AM HEXCHROME 2.OOE-03 +- 0.OOE+O0 U mg/L NIA 2.OOE-03

No.of Results: 4

TestAmerica Bin - (RevvIt/Ezpetted)-l a defined by ANSI N13.39.
rptSTLRch~cSum U Quni - Analyzed for but met detected above Nmotint criteria. Uitb criteria Is . them the Mdefldda or Total Vocal or not Ideadflled by
mary V&.1.7 A200 Pon sa "

TestAmerica Laboratories, Inc. 7
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TestAmerica Richland Laboratory

N Vis~i~tP.TF~,N~3Hexavalent Chronulum

Batch Numbergs): 8262284
bSa Nubrs or ' CO n 7

Met odirest/Parameter: Cr46 In Water / RL-WC-003

Yes No N/A 28dLevel

Review Item (1) (V) (V) Review (V)

A. Initial Calibration

1. Performed at required frequency with required number of levels?

2. Correlation coefficient within QC limits?

3. Initial calibration verification (ICV) analyzed immediately after calibration and results
within QC limits?

4. Initial calibration blank (ICB) analyzed immediately after ICV and concentrations of
all parameters S reporting timit?

B. Continuing Calibration

1. CCV analyzed at required frequency and all parameters within QC limits? ______

2. CCB analyzed at required frequency and all results < reporting limit?______

C. Sample Analysis

I . All results for the preparation blank below limits?

2. MS or MS/MSD recoveries within QC limits and %RPD (fo~r MSD) acceptable?- _____

3. LCS percent recovery within QC limits and %RPD (for LCSD) acceptable'?______

4. Analytical spikes within QC limits where applicable'?

5. ICP only: One serial dilution performed per SDG?

6. ICP only: CRDL standard (CR! or CRA) analyzed at required frequency?

7. ICP only: Interference check samples (ICSA. ICSAB) and HICAL analyzed at the

Irequired frequencies and within QZ limits'?- -

Form CG-191, Rev. 4, 2/03 page 1 of 2
Test~merica Laboratories, Inc. 14



Review Item Yes No N/A 21d Level
(1e) (V) (1) Review()

E. Other _V

I. Are all nonconformances included and noted?_______

2. Is the correct date and time of analysis shown?

3. Did the analyst sign and date the front page of the analytical run?

4. Correct methodology used? V

5. Transcriptions checked? We"

6. Calculations checked at minimum frequency?

7. Units checked?

Comments on any "No" response:

The matrix spike and matrix spike du~licate recovered very low. Strongly suspet there was too much reduction
occurrng. -See NCM

Analyst: d.Date: 9/18/08
Second-Level Review: * - Date: /i r

Form CG-191, Rev. 4, 2/03 page 2 of 2
TestAmerica Laboratories, Inc. is



Clouseau TestAmerica
Nonconformance Memo

NCM #: 1 jj3003f
NOM Initiated By: LIEM DINH Classification: Anomaly

Date Opened: 09/1a/2008 status: GLREVIEW
Date Closed: Productioni Area: Classical Chemistry

Tests: None
Lot #'s (Sample Vs):,

QIC Batches: None.,
Nonconformance: Other (describe in detail)

Subcategory: Other (explanation required)

NameD Date! Deacripflofl
LIEM DINH 09/18/200 Batch Number: 8262284

SDG: J001 96

The matrix spike and matrix spike duplicate recovered very low. When colorizing the
MS and MVSD, there were no changes In the color. Strongly suspect there was too
much reduction occurring.

Ulem Dinhl 09/18/2008 Batch Number: 8262284
SDG: J001 96

The matrix spike and matrix spike duplicate recovered very low. When colorizing the*
MS and MSD, there were no changes in the color. Strongly suspect there was too
much reduction occurring.

Name 20! CorrecieAcion
LIEM DINH 09/18t2008 Report Data
Liern DinhI 09/18/2008 Report Data

Client Prolecl Monae Notified Respons How Notifed Notei

Reeson§2 Rpesnte

Verified Bly Due Onto stahs1KU
This section not yet completed by CIA.

Date Approved Approved By Position

Date Printed: 9/18/2008 Page 1 of 1

TestAmerica Laboratories, Inc. 16
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Test ~rCc

Sample Check-in List

Date/Time Received: --- 17627 2~' GMcrenRsule)

Cunt lew- DGNAJ ) SAF#: -7-Z NAl

Work Order Number: 71.Z/ O - 37 blof Custody # g -C C e
Shipping Containrer M: NX ~ Air BMll# Nf
I. Custody Stals on shipping container intact? NA f ) Yes~kl No[

2. Custody Seals dated and signed? NA [ ] Yesjli) No 1
3. Chain of Custody record present? NA [3) Ycsk**."No [
4. Cooler Temnperature: _________NA [V' S. Vermiculite/packing xnateriati is NA R4'Vet [3Dry [
6. Number of samples in shipping container: L...
7. Saxmple holding times exceeded? NA efYes f ] No [

B Samples have:
____Tape - Hazard Lables

'001 Custody Seals .. e.Appropriate Sample Lables

9. Samples ' re:.......Z.In Good Condition Leaking
____Broken 

____Have Air Bubbles
(Only for samples requiring no head space.)

10. Sample pH taken? NA f ] pH<2 [3 pH>2 1' pH>9 3 Amount HNO-, Added_______

1). Sample Location, Sample Collector Listed.?
*For documentation only. No corrective action needed.

12. Were any anrnmlics identified in sample receipt? Yes [ ] NJOTf"

13. Description of anomnales (include sample numbers): _________________________

Sample Custodian: Dt:f1 0

Client Informed on _________by ______________Person Contacted ___________

[JNo action necessary: process as is.

Project Manager._____________________________ Date _________________

Test~merica Laboratories, Inc. 18
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