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Report Identification Number:  D9295006
Subcontract Number:  S003827A00
Name of Industrial Hygicnist:  Gwen Whatley / Debbie Gothard / Henry Ruby / William Brasker
Laboratory Identification Number:  DCHM
SAF#: RC-001/RC-074
Sample Receipt Date:  10/22/2009

Sample Information

Customer Laboratory Analytical

Sample Sample Batch
Sample Date | Number Number Method Identification | Sample Matrix
10/20/2009 J19C93 9295006001 [ NIOSH 9002 36893 Bulk

I certify that this clectronic image and all hardcopics produced from this image accurately represent the data
and arc in compliance with the contract specific requircments, both technically and for completeness, other

than the conditions detailed above or in the sample data package narrative. Release, by submission through
email, the data contained in this electronic image and the computer-readable EDD (as applicablc), has been ‘
authorized by the laboratory Manager or the Manager’s designce.

Name: Pecter P. Steen |

Title: Chemist
Date:  October 28, 2009

ALS DataChem Phone: (801) 266-7700 Web Page: www.datachen.com
960 West Levoy Drive FAX: (801) 268-9992 E-mail: labgdatachem.com
Salt Lake City, Utah 84123-2547




ALS
Laboratory
Group

formerly Case Narratlve Pagc 2 of 6
A L S) pataChem

Report Identification Number:  D9295006
Subcontract Number:  S003827A00
Name of Industrial Hygienist:  Gwen Whatley / Debbie Gothard / Henry Ruby / William Brasker
Laboratory Identification Number: DCHM
SAF#: RC-001/RC-074
Sample Reccipt Date:  10/22/2009

General Workorder Information: There is one sample in workorder 9295006 which was analyzcd for
asbestos in bulk material. No problems were encountered with the receipt of this sample.

Method Summary: All samples were examined for homogeneity. Non-homogencous samples were
ground to cnsurc homogeneity. Distinct layers were analyzed separately. The samples were
prepared and cxamined for asbestos fibers utilizing the procedures outlined in NIOSH method 9002
(4" edition). A polarizing light microscope equipped with a 10x and a 16x eyepicce was used for the
analysis. The arca percentage of asbestos was estimated microscopically by a visual estimation of
the fibers with a length-to-width aspect ratio of 3:1 or greater. If present, asbestos identities were
confirmed with the appropriate refractive index oils applying dispersion staining techniques.

Sample Preparation: All samples were prepared in accordance with NIOSH method 9002 (4™ edition).

Initial and Continuing Calibration Verification Analysis: N/A

Initial and Continuing Calibration Blank Analysis: N/A

Method Blank Analysis: N/A

Dilution(s): N/A.

Laboratory Control Sample and Duplicate Analysis: One Laboratory Control Sample (LCS) was
prepared and analyzed with the sample batch. The results were within the control limit of +/- one
reporting range.

Replicate Analysis: One sample was replicated with this analysis batch.
Flagging Codes: None

Nonconformance/Corrective Action Report (NC/CAR): N/A

Sample Calculation: Sample results are reported by a visual estimation of the area percentage of asbestos.
If necessary, a gravimetric ashing procedure may be used to remove certain non-asbestos material
from the sample; a percentage calculation is used to correct for the removal of the non-asbestos
material.

Miscellaneous Comments:
9295006001: Brown, granular soil.

"~ ALS DataChem Phone: (801) 266-7700 Web Page: v ww.datachom com
960 West Levoy Drive FAX: (801) 268-9992 E-mail: lab@datachem.com
Salt Lake City, Utah 84123-2547
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Results

D9295006
S003827A00
Gwen Whatley / Debbic Gothard / Henry Ruby / William Brasker

Page 3 ot 6

Laboratory Identification Number:  DCHM
SAF#: RC-001/RC-074
Sample Receipt Date:  10/22/2009
Laboratory
Sample Date Chrysotile Amosite Crocidolite
Customer Sample Number | Number Analyzed Y Y %
J19C93 9295006001 | 10/28/2009 <1|U <l|{U <t]u
Required Detection Limit (RDL) 1 1 1
Laboratory
Sample Date Actinolite/Tremolite Anthophyllite
Customer Sample Number | Number Analyzed Y Y%
J19C93 9295006001 | 10/28/2009 <i|U <1|U
Required Detection Limit (RDL) ] 1

U - Parameter not detected ab

ove LOD

J - Parameter between LOD and RDL
** - Not provided or unable to calculate

NA - Not Applicable

ALS DataChem
960 West Levoy Drive

Phone: (801) 266-7700
FAX: (801) 268-9992

Salt Lake City, Utah 84123-2547

Web Page: www . datuchenmcom
E-mail: lab@datachem.com
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Report Identification Number:
Subcontract Number:

Name of Industrial Hygienist:
Laboratory Identification Number:
SAF:

QC Summary

D9295006
S003827A00

DCHM

RC-001/RC-074

Sample Reccipt Date:  10/22/2009
Batch ID: 36893
QC

QC Sample ID | Type Analyte Units Result Target
C107988 LCS Amosite % ND ND
C107988 LCSD Amosite %o ND ND
C107988 LCS Chrysotile %o 3 5
C107988 LCSD Chrysotile %o 5 5

MB - Mcthod Blank
LCS - Laboratory Control Sample
LCSD - Laboratory Control Sample Duplicate
MS - Matrix Spike
MSD - Matrix Spike Duplicate

LD - Laboratory Duplicate

NA - Not Applicable
ND - Parameter not detected above LOD

LCS, LCSD Percent Rec. = (Result / Target) * 100.0
MS, MSD Percent Rec. = ((Result — Parent) / Target) * 100.0

LCS, LCSD Relative Percent Diff. = ( (JLCS — LCSDJ|) / ((LCS + LCSD)/2.0) ) * 100.

MS, MSD Relative Percent Diff. = ( (JMS —MSD|) / ((MS+ MSD)/2.0) ) * 100.

LD Relative Percent Diff. = ( (|Parent — LD|) / ((Parent + LD)/2.0) ) * 100

Page 4 of 6

Gwen Whatley / Debbic Gothard / Henry Ruby / William Brasker

ALS DataChem

960 West Levoy Drive
Salt Lake City, Utah 84123-2547

Phone: (801) 266-7700
FAX: (801) 268-9992

E-mail: lab@datachem.com

Web Page: v datachcineem
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E-mail: lab@datachem.com

Web Page: www . datachom.co

Phone: (801) 266-7700
FAX: (801) 268-9992

ALS DataChem

960 West Levoy Drive

Salt Lake City, Utah 84123-2547
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Radiological Counting Facility
4 e
Analysis Report for  RCF23045 /Z o //*y/
J19C92 SAF RC-074 1000D/128-D-2 5 = c <@ 3
Sample identification : RCF23045
Sample Description 1 j19C92 SAF:RC-074 100D/128-D-2
Sample Type : 50 gram pili box
Unit ;
Sample Point
Sample Size : 5.700E+01 grams
Facility : Defauit
Sampte Taken On . 10/20/2009 11:15:00AM
Acquisition Started 1 10/20/2009 1:17:52PM
Procedure : 50 gram pill box
Operator : RCT
Detector Name . LEGEINSP
Geometry : 50 ml Pill Box
Live Time 1 3600.0 seconds
Real Time : 3602.9 seconds
Dead Time : 008 %
Peak Locate Threshold .300
Peak Locate Range (in channels) : 80 - 4096
Peak Area Range (in channels) : 80 - 4096
Identification Energy Tolerance : 1.300 keV
Energy Calibration Used Done On : 10/27/2008
Efficiency Calibration Used Done On : 11/11/2008
Efficiency Calibration Description . Legelnsp 50g PB EffCal102708
Sample Number : 31983
Nuclide Nuclide Wt mean Wt mean Comments
Name Id Activity Activity
Confidence (pCilgrams) Uncertainty
K-40 0.994 1.38E+01 2.83E+00
PB-212 0.711 8.63E-01 1.14E-01
RA-2264 0.689 6.02E-01 1.26E-01
TH-2324d 0.305 6.01E-01 1.58BE-01
U-235 0.544 7.85E-02 7.13E-02

o

ALS DataChem
960 West Levoy Drive
Salt Lake City, Utah 84123-2547

Phone: (801) 266-7700
FAX: (801) 268-9992

Web Page: www.datacheim.com
E-mail: lab@datachem.com




