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222-S LABORATORY

FINAL REPORT FOR THE SAMPLES RECEIVED IN MARCH, 2010
FOR SAF F10-119

1.0 INTRODUCTION

This final report presents the results for eight water samples taken from March 8 through March
10, 2010. The samples were analyzed in accordance with Sampling Authorization Form
F 10- 119; 200-C W-1I Model Group 5 Sampling - Large Area Ponds - QC (SAF), and
ATL-MP- 10 11; A TL Quality Assurance Project Plan for 222-S Laboratory (QAPP). The
following attachments are included in this report:

Attachment 1 Data Summary Report
Attachment 2 Holding Time Report
Attachment 3 Receipt Paperwork
Attachment 4 Issue Resolution Forms
Attachment 5 Original Analysis Results/A-nalysis Date

2.0 SAMPLE RECEIPT AND HANDLING

Samples were received from March 9 through March 11, 2010 with adequate paperwork. The
measured temperature of the outside of the sample container was 8 ' for samples received on
March 9, 10 ' for samples received on March 10, and 0 ' for samples received on March 11,
2010. This was reported to the client on the laboratory's sample receipt check list (see
Attachment 3).

3.0 ANALYTICAL RESULTS SUMMARY

The Data Summary Report (Attachment 1) presents the fi-nal analytical result. The "Det Limit"
column in Attachment I contains the method detection limit (MDL). In order to demonstrate
batch precision and accuracy, Attachment 1 also contains the matrix spikes and duplicates
associated with the analysis of the samples in this SDG, even if they were from a different SDG

In Attachment 1, the column labeled "A#"' indicates the aliquot class or the method used for
sample preparation before analysis. For analysis without a preparation step, this column is left
blank.

The "Qual Flags" column in Attachment 1 contains data qualifier flags that are defined as
follows:

" "U" indicates that the reported result is less than the calculated method detection limit.

* "B" indicates that the reported result is greater than the method detection limit (MDL),

but less than the quantitation limit.
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Manual calculations using rounded results from the Data Summary Report or result calculation
forms may differ slightly from the actual results derived from the raw data.

3.1 ANALYSES

3.1.1 Anions by Ion Chromatography

The ion chromatography analysis for anions was performed by preparing several dilutions of the
samples. All requirements in the SAF and QAPP were met, except the holding time requirement.
Detection limits were achieved; however, the analysis time lapse exceeded the holding time
requirements for all but samples B243V4, B243V5, B3243V6 (see Attachments 2 and 4).

* For sample B243T9, analysis was performed within the holding time period of 48 hours;,
however, detection limits for nitrite and bromide were not achieved on the first run.
Sample was reanalyzed and detection limits for nitrite and bromide were met.

* For sample B243V0, analysis was performed within the holding time period of 48 hours;
however, detection limits for most anions were missed. Sample was reanalyzed, detection
limits were met, but holding times were missed.

* For sample B243V3, detections limits were met on the first run; however, the analysis
was performed outside the holding time period This was due in part to having received
the sample almost 24 hours after sampling.

& For samples B243V1, and B243V2 holding times were missed due to an oversight of our
analytical staff.

4.0 PROCEDURES

Table 1 lists the analytical procedures used for analysis of these samples.

Table 1. Analytical Procedures.

Anaivsis - ---- FPrepliration Method I Analysis Procedur

Anions by Ion Chromatograph h NA SW846-9056A

5.0 REFERENCES

ATL-MP-101 1, 2009, ATL Quality Assurance Project Plan for 222-S Laboratory, Rev. 9,
Applied Technologies and Laboratories International, Inc., Richland, Washington.

Sampling Authorization Formi F710 -119; 200-C W-J Model GroupS5 Sampling -Large Area
Ponds - QC; CH2M Hill, Plateau Remediation Company, Richland, Washington.

2
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Attachment 1

DATA SUMMARY REPORT

3
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Attachment. 2

HOLDING TIME REPORT
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Attachment 3

RECEIPT PAPERWORK
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ATL ~ SAMPLE RECEIPT AND CHAIN OF CUSTODYL-0 -11Re
ATL ~~VERIFICATION CHECKLIST L-g-~ e

Date Samples Received: 3 5 L() Group#: 7,2~~ ~~ 5, z'/lo
Number of Samples:J

Sample Custodian: ~2 5ly
'5 , 2q62.

Sample Custodian to Complete:

Action OK? N/A Comments(YIN)

RSA< rovided?

RSR provided?

Verify GKI is complete

Record cooler temperature in centigrade, as ElCheck if no cooler and/or no ice
appropriate

e Client name and client sample number

e Date and time of sampling

a Sampling location or origin

* Container type. size, and number

* Analysis request is clear

S ignature of persons relinquishing and -

receiving samples _______________________________

0 Date and/ortime of sample custody
exchange- __

Verify that sample numbers on containers match
the COC and/or RSA

Samples stored properly (e.g., r riger , n)

Notify the PM immediately if any problems are noted. (A "No" answer requires Project Manager resolution.)

PM to Complete:

Samples acceptable for release? iA PM Initials X-t Date 71'(

If No, comment on communication and resolution: F -

Other Comments:

A-6005-342 (REV 01

21
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ATL SAMPLE RECEIPT AND CHAIN OF CUSTODY LO-090-1O01 Rev P,VERIFICATION CHECKLIST

Date Samples Received: -7~ ~ Group #:_______________

Number of Samples.- 7 ze-caZC,
Sample Custodian: _____________________

Sample Custodian to Complete:

Action (Y/)? N/A Comments

RSA grvided? t _-__

RSR provided? L

Verify GKI is complete6'- ,
Check that outer custody seal is intact, if present .-

Record cooler temperature in centigrade, as mCeki ocoe n/rn c I Q.
appropriate Chc ifn olran/rnUc

Samples are intact and in good condition If No, provide comments on back

Verify that COC or RSA is accurate and complete,
containing the following information:

* Date and time of sampling

" Sampling location or origin

" Container type, size, and number

* Analysis request is clear

* Signature of persons relinquishing and
receiving samples

Date and/or time of sample custody
exchange

Verify that sample numbers on containers match
the COC and/or RSA

Samples stored properly (e.g., rqr,~rati J

Notify the PM immediately if any problems are noted. (A "No" answer requires Project Manager resolution.)

PM to Complete:

Samples acceptable for release? r e PM Initials c- Date a /'-/C

It' No, comment on communication and resolution:

Other Comments:

A-6005-342 (REV 0)
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SAMPLE RECEIPT AND CHAIN OF CUSTODYATL VERIFICATION CHECKLIST LO-090-101 Rev

Date Samples Received: .? 0/c Group#:- 7-&1C,Cr' Z
Numoer of Samples:"

Samp e C stod an:& U M Sam ple C ustodian to Com plete:

Action (YIN N/A Comments

RSA/67rvdd

RSR provided?

Verify GKI is complete

Check that outer custody seal is intact, if present

Record cooler temperature in centigrade, as mCheck if no Cooler and/or no ice 0(2
appropriate ~' i

Samples are intact and in good condition If No, provide comments on back

Verify that COC or RSA is accurate and complete, ~S
containing the following information:.-jj~ ~

* Client namne and client sample number 1

" Date and time of sampling

" Sampling location or orioin

" Container type, size, anid number

" Analysis request is clear

* Signature of persons relinquishing and
receiving Samples
Date a.ndiewdine ot sample custody
exchange

Verify that sample numbers on containers match
the COC and/or RSA

Samples stored properly (e.g., r4, j I _ V _ 2

Notify the PM immediately if any problems are noted. (A "NO" answer requires Project Manager resolution.)

PM to Complete:

Samples acceptable for release? 's PM Initials Date 3 1'
If No, comment on communication and resolution: ~~

Other Comments:

A-6005-342 (REV 0)
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GENERATOR KNOWLEDGE INFORMATION

1 Chain of Custody Number NACACNICOA NA Customer Identification Numbor WA

2. List generator knowledge or description of process that produced sample. Cr list description of sampls sour--e

20 re &(IPP Charccerizat'Lor and ktonitoring Samp--ling an rd Analy;ssSats

MSSAvailable? ® No 0 Yes Hanford MSDS No.

3. Ls l at oe n osiunsascae ihi at rmdata a apergrls fCRL tts

Doss -he sampls contain any of the following listed w/aste codes?
By checking 'unknown" the customer understands that no knowledge is available following a careful search.

Coe: st Federal Waste Code(s): List Constituent(s):aw

P Cdes ___________________________ __________________________ 0 Yes No C) Un-know

U Codes: ___________________ __________________ 0 Yes No, C Unknowyn

K<Codes: ______ ________ _____________ ___ 0 Yos ®No 0 Un-known

F Codes: kI -00 E005 - ~ Yes Q No 0 Uniknown

b) List applicable characteristic waste codes, flash point, pH, constituents, end concpnrretons as appropriate.

D0101: Pi P <100'F Fi P >1l00 <1407F E] COT Oxidizer Q Yes (JNo Q Unkrown

D002 i pHEli pH >125 'iSolid Corros've (WSC2) Q Yes (F) No Q Unkinovwn

D3003: LICyanide LiSulfide Li1 Water Reactive LiOther Ys No C Unow

D0l04-DO43 (Identify applicable waste codes Iand concentrations): (iepoie irertv),Y ® N nnw

N / A

c) If char acturistic, list arty known underlying hazardous constituents (UI-LCs) reasonably expected to be present and their concentrations that rray be
present above the ILDR treatment standard (40 CFR 268.481:

N/A

d) Jost any known Land Disposal Restrictions (LDR) suibcategories, it applicable (40 CFR 268.40):

N / A

e) Uist any applicable Washington State dangerous waste codes: (not required if
federally regulated) (*State mixture rule for igriitability)

W7 01: Q Yes (j No Q Unknown ,WP0I: Q Yea ® No Q Unknown
WT02: 0 Yes ( No 0 unknown WP02: 0 Yes (F No 0 Unknown

WOWl: Q) Yes (® No Q Unk~nown WP03: Q Yes ® No Q Unknown
'List constituents and. concentrations: F003:* 0 Yes No 0 Unknown

N/A
4Is this material TSCA regulated for PCBs? Q Yes e No 0 Unknown Q Analysis Requested

List conconfraticn if applicable:

it yes, what is the source of the PC8s? (see TSCA PCB Hanford Site User Guide, UOE/RL-2001-50)

LiPCB U-quid Waste Li PCB Bulk Product Waste LiPCB Transformera5l)0 ppm l Unknown
LiPCD Remediation Waste Li PCB R&D Waste LiPCB contaminated electrical equipment (capacitor/ballast) <500 ppm

LiP06 Spill Material L PCB Item LiOther PCB Waste (list) __________________

5. Is this material TRU? Q Yes ® No Q Unknown

6. ACCJRACY OF INFORMATION

Based on my inquiry of those individuals immediately responsible for obtainiig a~i informati on, that to the best of my knowledge, the information
entered in this document is true, accurate, and cppeo '4 D1t /2. . o7
Print & Sign DateA

Page I of 1 A60.9 0/3
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Attachment 4

ISSUE RESOLUTION FORMS

41



20100242

ISSUE RESOLUTION FORM

CHPRC TRACKING NUMBER: 10-092 (revision 1)

Date: 4/27/10 SAF No.: See table

SDG: See table
LOGIN No.: See attached table
TEST: IC -Anions
Sample No.(s) See table

Submitted By: C. S. Menjivar Submitted To: Heidi Hampt
Phone No: 372-2525 Phone No. 376-4319
Fax No. - 3 73-48 84 Fax No. 373-1788

ISSUE PROPOSED RESOLUTION
The table below displays the samples for whicb the
required reporting limit for nitrite, phosphate, Report the reanalysis with the lower
bromide, and fluoride was mnissed. In most cases, detection limit and provide table in
samples were reanalyzed far out of holding time in
order to obtain the required RL report with original analysis result (if

applicable) and report analysis time.
________________________ I Explain in narrative.

CHPRC/BHI/WMIII/PNNL COMMENTS
Accept proposed resolution.

Heidi Ha~mpt 4/28/10
Signature and Date

SAF SDG HEIS # LAB ID
FIO-065 222S20100176 B323CT9 SI0M000093
Fl10-043 222S20100186 B324DP5 SI0M000096
WlO-O0l 222S20100187 1323D19 Sl0M000097
WIO-01 222S20100187 1323D20 SlOM000098
SIO-012 222S2010188 B23198 SI0M000099
W10-022 222S20100190 B323X46 SIOMOOO100

XIO-036 222S20100191 B248F0 SlOMOO00l0l
XIO-036 222S20100191 B3248F73 SIOM000102
XIO-036 222S20100191 13248F6 SIOMOOO103
FIO-065 222S20100176 B23CVO SlOMOO0lIO
WIO-002 222S20100243 B23X10 SI0M000129

XIO-033 222S20100244 B24CJI SIOM000130
XIO-034 222S20100247 13248T7 SI0M000135

X10-034 222S20100247 13248R8 SI0M000136
XIO-034 222S20100247 132491-9 Sl0M000137
X10-034 222S20100247 13241304 Sl0M000138
X10-034 222S20100247 B24B 14 SI0M000139
X10-034 222S20100247 13241317 SlOM000140
X10-034 222S20100247 13241320 Sl1OMOOOl141
XIO-034 222S20100247 B324B347 S1I0M000 143
XIO-033 222S20100244 B324CJ9 SI0M000144
S10-012 222S20100253 B322YX7 Sl0M000145
SlO-O01 222S20100255 B323FC9 Sl0M000146
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SAF SDG HEIS # LAB ID
XIO-034 222S20100247 B24B34 Sl0M000173
XIO-034 222S20100247 B24B43 SI0M000174

SIO-003 222S20100271 B24FL9 SIOMOOO180
X10-033 222S20100244 B24CHO SIOMOOO181
XIO-033 222S20100244 B24CHI S10M000182

XIO-033 222S20100244 B24CH6 SlOM000183
XIO-033 222S20100244 B24CH8 SIOMOOO185
XIO-033 222S20100244 B24CF8 SIOMOOO186
XIO-033 222S20100244 B24CF9 SlOM000187
FIO-119 222S20100242 B243T9 S1OMOOO189
FIG-1 19 222S20100242 B243V0 S1OMOOO190
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ISSUE RESOLUTION FORM

CHPRC TRACKING NUMBER: 10-113

Date: 04/27/2010 SAF No.: F1O0-119

SDG: 222S20100242
LOGIN No.: S10M000128, S10M000153, S10M000154, S10M000155, S10M000247,

S10M000248.
TEST: IC Anions
Sample No. (s) B243V3, B243V4, B243V5, B243V6, B243 VI, B243V2.

Submitted By: C.S. Menjivar Submitted To: Heidi Hampt
Phone No: 372-2525 Phone No. 376-4319

Fax No,: 373-484 
Fax No. 373-1788

ISSUE PROPOSED RESOLUTION
The required detection limits were missed on the
first run. Samples were reanalyzed to achieve Report the reanalysis with the lower
detection limit; however, reanalysis was performed detection limit and provide a table in
far out of the holding time. Due to an oversight,
samples B243VI and B243V2 were analyzed report with original analysis results and
outside the holding time period. analysis time. Explain in narrative.

CHPRC/BIIWMH/PNNL COMMENTS
Accept proposed resolution.

Heidi Hamnpt 4/28/10
Signature and Date
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Attachment 5

ORIGINAL ANALYSIS RESULTS/ ANALYSIS DATE
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