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TestAmerica
TH-E LEADER IN ENVIRONMENTAL TESTING

Certificate of Analysis TestAmnerica Laboratories, Inc.

Washington Hanford Closure
2620 Fermi Avenue
Richland, WA 99354

April 25, 2011

Attention: Joan Kessner

SAF Number RC-180
Date SDG Closed April 21,2011
Number of Samples : Two (2)
Sample Type Water
SDG Number J01096
Data Deliverable : 7 day / Summ-ary

CASE NARRATIVE

1. Introduction

On April 21, 2011, two water samples were received at TestAmerica for chemistry analysis. Upon
receipt, the samples were assigned the following laboratory ID number to correspond with the
Washington Closure Hanford (WCII) specific lID:

WCH ID# TARL ID# MATRIX DATE OF RECEIPT
B2C524 IMHCT9 WATER 4/21/11
B280L3 MHICT8 WATER 4/21/li

H. Sample Receipt

The samples were received in good condition and no anomalies were noted during check-in.

I1I. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample FD. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors.

The requested analyses were:

Chemical Analysis
Hexavalent Chromium by EPA method 7196A

2800 George Washington Way Richland, WA 99354 tel 509.375.3131 fax 509.375.5590 www.testamericainc.com
TestAmnerica Laboratories, Inc. 2



Washington Closure Hanford
April 25, 2011

tV. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments" section.

Q C and sample results are reported in the same units.

V. Comments

Chemical Analysis
[Jexavalent Chromium by EPA method 7196A:
The LCS, batch blank, sample, sample duplicate (13280LD) and the sample matrix spike (13280U3) results
are within contractua] requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature.

Reviewed and approved:

J'~ Rhonda Wagr
fProject Manager

TestAmnerica Laboratories, Inc. 3



________Drinking Water Method Cross References

_______________________DRINKING WATER ASTM METHOD CROSS REFERENCES __

Referenced Method Isotope(s) TestAmerica Richland's SOP No.
EPA 901.1 Cs-134, 1-131 RL-GAM-001
EPA 900.0 Alpha & Beta RL-GPC-001
EPA 00-02 Gross Alpha (Coprecipitation) RL-GPC-002
EPA 903.0 Total Alpha Radium (Ra-226) RL-RA-002
EPA 903.1 Ra-226 RL-RA-001
EPA 904.0 Ra-228 RL-RA-001
EPA 905.0 Sr-89/90 RL-GPC-003
ASTM D5174 Uranium RL-KPA-003
EPA 906.0 Tritium RL-LSC-005

Results in this report relate only to the sample(s) analyzed.

Uncertainty Estimation
TestAmerica Richland has adopted the internationally accepted approach to estimating

uncertainties described in "NIST Technical Note 1297, 1994 Edition", The approach, "Law of Propagation
of Errors", involves the identification of all variables in an analytical method which are used to derive a
result. These variables are related to the analytical result (R) by some functional relationship, R =constants
* qxyz,..). The components (x,y,z) are evaluated to determine their contribution to the overall method
uncertainty. The individual component uncertainties (u1) are then combined using a statistical model that
provides the most probable overall uncertainty value. All component uncertainties are categorized as type
A, evaluated by statistical methods, or type B, evaluated by other means. Uncertainties not included in the
components, such as sample homogeneity, are combined with the component uncertainty as the square root
of the sum-of-the-squares of the individual uncertainties. The uncertainty associated with the derived result
is the combined uncertainty (uj) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/?n), whcrc S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-random components that are not
included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are
available on request.

TestAmerica

Tesi~meric Laoratories, Inc. 4



ActonLevAnagredupn atiityleclReportDefinitions fnlrsl sgetrta reult)it Lv Anagree upo actiity evelused to trigger some action when thefiareutsgetrthnoeqltoheAin
Le'vel. Often the Action Level is related to the Decision Limit.

Batch The QC preparation batch number that relates laboratory samples to QC samrples that were preparcd and analyzed
together.

Bias DcFied hy the equation (Result/Eixpected)- I as defined by ANSI N 13.30.

COC No Chain of Custody Number assigned by the Client or TestArncrica.

Count Error (#s) Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result. For Liquid Scintillation Counting (LSC) the batch blank count is the background.

Total Uncert (#s) All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure
ui -Combined of the uncertainty associated with the result, u, the combined uncertainty. The uncertainty is absolute and in the
llncer-taintj'. same units as the result.

(#s), Covet-age The coverage factor defines thie width of the confidence interval, 1, 2 or 3 standard deviations.
Factor
CRDL (RL) Contractual Required Detection Limit as defined in the Client's Statement Of Work or TestAmerica "default"

nominal detection limit Often referred to the reporting level (RL)

Lc Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
associated with the sample. The Type I error probability is approximately 5%. Lc=(l .645 *
Sqrt(2*(BkgrndCnt/fBkgrndCntMjn)/SCntMifl)) * (ConvFct/(Eff'*Yld*Abn *Vol) * lngrFct). For LSC methods the
batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count
is zero.

Lot-Sample No The number assigned by the LIMS software to track samples received on the same day for a given client. The
samnple number is a sequential number assigned to each sample in the Lot.

MI)CIMDA Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volumne
with a Type I and 11 error probability of approximately 5%. MDC =(4.65*
Sqrt((BkgrndCnt/BkgrndCntMin)/SCntMin) + 2.71/SCntMin) * (ConvFct/(Eff * Yld * Abn * Vol) * IngrFct). For
LSC methods the batch blank is used as a measure of the background variability.

Primary Detector The instrument identifier associated with the analysis of the sample aliquot.

Ratio U-234/U-238 The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NISTSRM 4321C is
1,038.

Rst/MDC Ratio of the Result to the MDC. A value greater than I may indicate activity above background at a high level of
confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Rst/TotUcert Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than I may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Report DB No Sample Identifier used by the report system. Tlhe number is based upon the First five digits of the Work Order
Number.

RER The equation Replicate Error Ratio =(S-D)/[sqrt(TPT s2 t- TPUd 2)] as defined by ICPT BOA where S is the original
,sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
iotal uncertainty of the duplicate sample.

SDG Sample Delivery Group Number assigned by the Client or assigned by TestAmerica upon sample receipt.

Sum Rpt Alpha The surn uf the reported alpha spec results for tests derived from the samne samrple excluding duplicate result where
Spec Rst(s) the results are in the same units.

Work Order The LIMS software assign test specific identifier.

~Yield TIhe recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method,

TestAmerica

TevmnaLbrtreInc. 5



Sample Results Summary Date: 25-Apr-i 1

TestAmerica TARL,
Ordered by Method, Batch No., Client Sample ID.

Report No. :46323 SDG No: J01096

Client Id Tracer MVDC or
Batch Work Order Parameter Result +- Uncertainty ( 2s) Qual Units Yield MVDA CRDL RPD
1112133 7196_CR6

B280L3
MHCT81AA HEXCHROME 2.OOE-03 +- 0.OE+00 U mg/L N/A 2,OOE-03 3.50E-01
MHCT81AE HEXCHROME 2.OOE-03 1-- 0.01E+00 U mg/L N/A 2.OOE-03 3.50E-01 0.0

132C524
MHCT91AA HEXCHROME 6.10E-02 +- 0.01E+00 mg/L N/A 2.OOE-03 3,50E-01

No. of Results: 3

TestAmerica l4{11 - Relative Percent D~ifference.

rptSTLRchSaSum U Qual - Analyz.ed for but not detected above limit1ing cr-iteria, lim1it criteria Is less tan the NMdc/Mda/NMdl,'Total Uncert, (,RI)l., RDL or
mary2 V5.2.12 not identified by gammna scan software.
A2002

TestAmnerica Laboratories, Inc. 6



QC Results Summary Date: 25-Apr-i 1

TestAllerica'TARL
Ordered by Method, Batch No, QC Type,.

Report No. :46323 SOG No.: J01 096

Batch Tracer LCS
Work Order Parameter Result +- Uncertainty ( 2s) Qual Units Yield Recovery Bias MDCIMDA

7196_CR6
1112133 MATRIX SPIKE, B2801-3

MHCT81AC HEXCHROME 2.71E-01 +-0.OE+00 mg/L N/A 103% 0.0 2.OOE-03
MHCT81AD HEXCHRCME 2.71 E-01 +-0O.OE+00 mg/L N/A 103% 0.0 2.OOE-03

1112133 LOS,
MHDQMIAC HEXCHROME 5.10E-01 +-0.OE+00 mg/L N/A 102% 0.0 2.00E-03

1112133 BLANK QC,
MHDQM1AA HEXCHROME 2.O0E-03 - --. 0E+00 U mg/L N/A 2.00E-03

No. of Results: 4

TestAmerica Bias - (Resuit/Expccted)-l as defined by ANSI N13.30.
rptSTLRchQcSum U Qual - Analyzed for but not dletected above limiting criteria. Limit criteria is less than the Mde/Mda/Ml, rotal Uncert, CRDL, RDI. or
mary V5.2.12 not Identiflcd by gammiia scan softwvare.
A2002

TestAmnerica Laboratories, Inc. 7
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TestAmerica Richland Laboratory
Data Review Check List

r111. [LLADER IN I:-NVIRONMENTAL TF-STING Ilexavalent Chromium

Batch Number(s): 1112133
LabSampeNumbers or DGJO1096

Methiod/Test/Parameter: Cr+6 in Water / RL-WC-003

Yes No N/A 2""' Level
Review Item () () () Review ('

A. Initial Calibration

1. Performed at required frequency with required number of levels?

2. Correlation coefficient within QC limits? ~

3. Initial calibration verification (ICV) analyzed imnmediately after calibration and results
within QC limits'?

4 . Initial calibration blank (ICB) analyzed immediately after ICV and concentrations of
all parameters < reporting limit?

B. Continuing Calibration

1. CCV analyzed at required frequency and all parameters withi n QC limits?

2. CCB analyzed at required frequency and all results < reporting limit? 'I

C. Sample Analysis

1. Were any samples with concentrations above the linear range for any parameter diluted
and reanalyzed?

2. Were all sample holding times met? V

I). QC Samples

1 . All results for the preparation blank below limits?

2. MIS or MS/MSD recoveries within QC limits and %RPD (for MSD) acceptable?

3. LCS percent recovery within QC limits and %RPD (for LCSD) acceptable?

4. Analytical spikes within QC limits where applicable?

5. ICP only: One serial dilution performed per SDG?

6. ICP only: CRDL standard (CR1 or CRA) analyzed at required frequency'?

7. ICP only: Interference check samples (ICSA, ICSAB) and HICAL analyzed at the V
required frequencies and within QC limits?

Form CG-191, Rev. 4, 2/03 page 1 of 2
TestAmerica Laboratories, Inc. 16



Review Item Yes No N/A 2"d Level
($) (v) (V) Review()

E. Other

1. Are all nonconformances included and noted?

2. Is the correct date and time of analysis shown?

3. Did the analyst sign and date the front page of the analytical run? V

4. Correct methodology used'? '

5. Transcriptions checked?

6. Calculations checked at minimum frequency'?

7. Units checked?

Comments on any "No" response:

Analyst: _H.Rahavi _ < Date: 04/22/11
Second-Level Review: Date:

Form (JG-191, Rev. 4, 2/03 page 2 of 2
TestAmnerica Laboratories, Inc. 17
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Test/inerica
,HE LE ADER IN Eri\'/I RONMVEINT L TEST ING

DateTini Reeive: / Samnple Check-in List

___________Recived:_ _/_____ j GM Screen Result (out) j7n- InitialsC

(fZicnt i A :__ SDC ? fi 3 _ __\AQ SAF J § N A~

YAork Orer Number7 -1 1)2 1 o 5-7,5 Chain of Custodyi f2 -o S
Sinipping Conatainr ID. ,7_ G_~~' V ~~ AL Air Bill -

Item 1 5fr shippinig container OnI1\ ia ______erepose

1 Custody Seals on shipping conzainer intact'? Yes C No0 [ ] o Custody Seal[

2. Custody Seals dated and signed? Yes No [ INo Custody Seal[

3. Chain of Custody reco rdjret? Yes /c No [I

4, Cooler tempera-Lire: A5Aerrmiculite. packiin2 materials is NA [ 3 et 1) Dry
cA rc-

Item 6 throug:h 10 for samples. Initial appropriate response, 0,-7-f(

2s c)" 4-l& 4 G
6. Number of samples in shipping container (Each sample nay contain multiple bottles): eA C

7. Sample holding times exceeded? NA { 1Yes [ ]No L~
8. Samples have:

dpecd (4als oL _____-hazard labels
?7~cusrody seas ,_fIcpropriate sample labels

VT('are in good condition ___are leaking
___are broken -- have air bubbles (Only for samples requiring no head space)

10, Sample pH appropriate for analysis requested Yes OqNo [ I N/A [ I (Note discrepancies in # 13)
(If acidification necessary, then document sample lID, initial pH, amount of Ill'O, added and pH after addition)

RPL ED #t of preservative used: ____________________h________

11. Sample Location, Sample Collector Listed? *Ycs F6 No[
*For documentation only. No corrective action needed.

12. Were any anomalies identified in sample receipt? Ye [

13. Description of anomalies (include sample numbers): Nd$ ________________ ____ ________

'See other side for additional comments

Sample Custodian:( - Date:_ _______2______W_

Client Informed en___________ by N - Person cotce

A oaction necessary; process as is

PTOj eel Manager IDate (94 _ _

T e stA m rIaP e vr bio' i? n c. 20
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