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~-~,..,fj2800 G. W'. Way, Richland Wa, 99354, (509) -3 75-3131.
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Data Package Contains 33 Pages

Report No.: 46512

Results in this report relate only to the sample(s) analyzed.
SDG No. Order No. Client Sample ID (List Order) Lot-Sa No. Work Order Report DR ID Batch No.
JP0176 RC-149 JID4L8 JlE040558-1 MHWNRIAA 9MHWNR1O 1124348

JID4L8 JlE040558-1 MHWNRIAC 9MHWNRIO 1124349
J1D4L9 A1E040558-2 MHWPDIAA 9MHWPD10 1124348
JID4L9 JlE040558-2 MHWPDIAC 9MHWPD10 1124349
J1D4MO JlE040558-3 MHWPMIAA 9MHWPM10 1124348
AID4MO JlE040558-3 MHWPMIAC 9MHWPM10 1124349
JID4MI JlE040558-4 MHWPWIAA 9MHWPW10 1124348
JI D4MI Jl E040558-4 MHWPWI AC 9M HWPW1 0 1124349
JID4M2 JlE040558-5 MHWP51AA 9MHWP510 1124348
JID4M2 JlE040558-5 MHWP51AC 9MHWP510 1124349

TestAmerica
rptSTLAZOTItle v3.73
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TestAmerica
THE LEADER IN ENVIRONMENTAL TESTING Cetfc eofA ayi

Washington Hanford Closure TestAmnerica Laboratories, Inc.
2620 Fermi Avenue
Richland, WA 99354

May 9, 2011

Attention: Joan Kessner

SAF Number RC-149
Date SDG Closed May 4, 2011
Number of Samples Five (5)
Sample Type Soil
SDG Number JP0176
Data Deliverable : 7 Day /Summary

CASE NARRATIVE

1. Introduction

On May 4, 2011 five soil samples were received at TestAmnerica for radiochemical analysis. Upon
receipt, the samples were assigned the following laboratory ID number to correspond with the
Washington Closure Hanford (WCH) specific ID:

WCH 1D# TARL ID# MATRIX DATE OF RECEIPT

J11D4L8 MIHWNR SOIL 5/4/11
JID4L9 MHWPD SOIL 5/4/11
JlD4MO MHWPM SOIL 5/4/11
JlD4Ml uiWPW SOIL 5/4/11
JlD4M2 M11WP5 SOIL 5/4/11

II. Sample Receipt

The samples were received in good condition and no anomalies were noted during check-in.

11I. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data includes

sample identification information, analytical results and the appropriate associated statistical errors.

The requested analyses were:

2 00 C..eorge Wa~hington Way Richland, WA 99354 tel 503.375.3131 fax 509,375,5590 www.testamericainc.com
I'estAmerica Laboratories, Inc.



Washington Closure Hanford
May 9, 2011

Gas Proportional Counting
Gross Alpha by method RL-GPC-00 1
Gross Beta by method RL-GPC-001

IV. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments' section.

QC and sample results are reported in the same units.

V. Comments

Gas Proportional Counting
Gross Alpha by method RL-GPC-00 1:
The LCS, batch blank, samples and sample duplicate (JlID4L8) results are within contractual
requirements.

Gross Beta by method RL-GPC-00 1:
The LCS, batch blank, samples and sample duplicate (JLID4L9) results are within contractual
requirements.

I certify that this Ccrtificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature,

Reviewed and approv d:

Project Manager

FestAmierica Laboratories. Inc. 3



- -__ Drinking Water Method Cross Referenc-es

DRINKING WATER ASTM METHOD CROSS REFERENCESj

Referenced Method Isotope(s) TestAmerica Richland's SOP No.
EPA 901.1 Cs-134, 1-131 RL-GAM-001
EPA 900.0 Alpha & Beta RL-GPC-001
EPA 00-02 Gross Alpha (Coprecipitation) RL-GPC-002
EPA 903.0 Total Alpha Radium (Ra-226) RL-RA-002
EPA 903.1 Ra-226 RL-RA-001
EPA 904.0 Ra-228 RL-RA-001
EPA 905.0 Sr-89/90 RL-GPC-003
ASTM D5174 Uranium RL-KPA-003
EPA 906.0 Tritium RL-LSC-005

Results in this report relate only to the sample(s) analyzed.

Uncertainty Estimation
TestAmerica Richland has adopted the internationally accepted approach to estimating

uncertainties described in "NIST Technical Note 1297, 1994 Edition". The approach, "Law of Propagation
of Errors", involves the identification of all variables in an analytical method which are used to derive a
result. These variables are related to the analytical result (R) by some functional relationship, R =constants
* fRx,y,z,...). The components (x,y,z) are evaluated to determine their contribution to the overall method
uncertainty. The individual component uncertainties (u,) are then combined using a statistical model that
provides the most probable overall uncertainty value. All component uncertainties are categorized as type
A, evaluated by statistical methods, or type B, evaluated by other means. Uncertainties not included in the
components, such as sample homogeneity, are combined with the component uncertainty as the square root
of the sumn-of-the-squares of the individual uncertainties. The uncertainty associated with the derived result
is the combined uncertainty (u,) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (SI? n), where S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-random components that are not
included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are
available on request.

TestAmerica
rntccnerallinro v3.72

TestAmerica Laboratories, Inc. 4



____________Report Definitions
Action Lev An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action

Level. Often the Action Level is related to the Decision Limit.

Batch The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together,

Bias Defined by the equation (Result/Expected)- I as defined by ANSI N 13.30.

COC No Chain of Custody Number assigned by the Client or TestAmerica.

Count Error (#s) Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result, For Liquid Scintillation Counting (LSC) the batch blank count is the background.

Total Uncert (#s) All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure
u, - Combin ed of the uncertainty associated with the result, u, the combined uncertainty, The uncertainty is absolute and in the
Uncertainty. same units as the result.

(#s), Coverage The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.
Factor
CRDL (RL) Contractual Required Detection Limit as defined in the Client's Statement Of Work or TestAmerica "default"

nominal detection limit. Often referred to the reporting level (RL)

Lc Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
associated with the sample. The Type I error probability is approximately 5%. Lc-(l.645 *
Sqrt(2*(BkgmdCntlBkgrndCntMin)/SCntMin)) * (ConvFct/(Eff*Yld *Abn *Vol) * IngrFct). For LSC methods the
batch blank is used as a measure of the background variability. Lc cannot bc calculated when the background count
is zero.

Lot-Sample No The number assigned by the LIMS softvare to track samples received on the same day for a given client. The
sample number is a sequential number assigncd to each sample in the Lot.

MDCfMDA Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type I and II error probability of approximately 5%. MDC = (4.65 *
Sqrt((BkgrndCnt/BkgrndCntMin)/SCntMin) + 2.7 l/SCntMin) * (ConvFct/(Eff * Yld * Abn * Vol) * lngrFct). For
LSC methods the batch blank is used as a measure of the background variability.

Primary Detector The instrument identifier associated with the analysis of the sample aliquot.

Ratio U-234/U-238 The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 4321 C is
1.038.

Rst/MDC Ratio of the Result to the MDC. A valuc greater than I may indicate activity above background at a high level of
confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Rst/'rotUcert Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than I may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Report DB No Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order
Number.

RER The equation Replicate Error Ratio =(S-D)/[sqrt('I'PUs 2 + TPUd 2)] as defined by ICPT BOA where S is the original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate sample.

SDG Sample Delivery Group Number assigned by the Client or assigned by TestAmerica upon sample receipt.

Sum Rpt Alpha '[he sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where
Spec Rst(s) the results are in the same units.

Work Order The LIMS software assign test specific identifier.

Yleld The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method.

TestAmerica
ritGeneraljnfo Y3.72

TestAmerica Laboratories, Inc. 5



Sample Results Summary Date: 09-May-i 1

TestAmerica TARL
Ordered by Method, Batch No., Client Sample ID.

Report No. : 46512 SOG No: JP0176

Client Id Tracer MDC or
Batch Work Order Parameter Result +- Uncertainty ( 2s) Qual Units Yield MDA CRIDL RPD

1124348 9310_ALPHABETAGPC
JID4L8

MHWNR1A ALPHA 3,71E+00 +- 2.8E+00 pCl/g 100% 3.28E+00 1.00E+01

J1ID4L8 DUP
MHWNR1A ALPHA 4.57E+00 +- 3.4E+00 pCilg 100% 4.54E+00 1.OOE+01 20.8

J 1D4L9
MHWPD1AA ALPHA 7.25E+00 +- 4.2E+00 pCilg 100% 5.00E+00 1.OOE+01

J11D4MO
MHWPM1A ALPHA 2,93E+00 +- 2.9E+00 U pCilg 100% 4.46E+00 1.OOE+01

J1D4MI
MHWPW1A ALPHA 3.12E+00 +- 2.4E+00 pCIlg 100% 2.87E+00 1.00E+i01

J1 D4M2
MHWP51AA ALPHA 1.28E+00 +- 2.4E+00 U pCi/g 100% 5.14E+00 1.00E+01

1124349 9310_ALPHABETAGPC
J1 D4L8

MHWNR1A BETA 1.45E+01 +- 3.8E+00 pCi/g 100% 4.93E+00 1.50E+s01

J104L9
MHWPD1A BETA 1.75E+01 +- 4.2E+00 pCIlg 100% 5.08E+00 1.50E+01

J1D41_9 DUP
MHWPDIA BETA 1.83E+01 +- 4.3E+00 pCI/g 100% 4.65E+00 1.50E+01 4.1

J1D4MO
MHWPM1A BETA 1.73E+01 i-- 4.2E+s00 pCl/g 100% 4.62E+00 1.50E+01

J1D4M1
MHWPW1A BETA 1.79E+'01 +- 4.2E+s00 pCilg 100% 4.60E+00 1.50E+01

J1ID4MV2
MHWP51AC BETA 1.98E+01 +- 4.5E+00 pCI/g 100%/ 4.90E+00 1.50E+01

No. of Results: 12

TestAmerica RPD - Relative Pei-cent Difference.

rptSTLRchSaSum U Qual - Analyzed for hut not detected above limiting criteria. Limit criteria Is less than the Mdc/Nlda/Mdl, Total ljncert, CRDL, RDL or
mary2 V5.2.14 not Identified by gammia scan software.
A2002

'TestAmerica L.aboratories, Inc. 6



QC Results Summary Date: 09-May-i 1

TestAmerica TARL
Ordered by Method, Batch No, QC Type,.

Report No. :46512 SDG No.: JP0176

Batch Tracer L-CS
Work Order Parameter Result +- Uncertainty ( 2s) Qua[ Units Yield Recovery Bias MDCIMDA

9310_-ALPHABETAGPC
1124348 BLANK Q0,

MHW2R1AA ALPHA 5.96E-01 1 1E+00 L1 pCi/g 100% 2.40E+I00
1124348 LOS,

MHW2R1AC ALPHA 7.71E+01 +-1.8E+01 pCi/g 100% 92% -0.1 2,47E+00

9310_ALPHABETA-GPC
1124349 BLANK QC,

MHW201AA BETA 2.41 E-01 +-1.7E+00 U pCi/g 100% 3.95E+00
1124349 LOS,

MHW201AC BETA 6.60E+01 +- 9.9E+00 pCi/g 100% 97% 0.0 3,77E+00

No. of Results: 4

TestAmnerica Bias - (Result/Expectcd)-i as defined by ANSI N 13.30.

rptSTLRchQcSum U Qual - Analyzed for but not detected above limiting criteria. Limit criteria is less than the Mde/Mda/Mdl, Total Uncert, CRDL, RDL or
mary V5.2.14 not identified by gamma scan software.
A2002

TestAmerica Laboratories, Inc. 7
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TestAm erica Data Review/Verification Checklist 5/9/2011 10:43:47 AM
THELEIiADER IN ENVIRONMENTAL I EG1IING RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J1E040558; 05/11/2011
Client, Site: 127642; SOON063AOO HANFORD
QC Batch No., Method Test: 1124348; RALPHA-A Alpha by GPC-Am
SOG, Matrix: JP0176; SOIL

1.1 is the ICoc page complete; includes all applicable analysis, dates, SOP numbers, and revisions? Y No N/A

2.1 Do the Summary/Detailed Reports include a calculated result for each sample listed on the oc Batch Sheet? Y~e No N/A

2.2 re he O aproriae fr te anlyss iclued n te btch No N/A

2.3 is the AnalyticalI B atic h Works -he-e tc comple t e; i nclu, de s- "a-s ap pr opr iate; 'voum e s, c ou nt ti mes, et c ?eN /

2.4 Does the Worksheets include a Tracer Vial label for each sample? Yes No V

3.1 Is th bl[ank~ reutyedn D ihi otatlmtY N

3.1 Is the lank result, yield, and MIDA within contract limits?Y No N/A

3.2 Ars the LOS/S results, yields, and MDA within contract limits? Yes No N/A

3.4- Ae the duplicateresult, yiel ds,- and-MDbAsw with-in contract lim-its-?Ye No N/A -

3.5 Are the sample yields and MDAs within contract limits? Y No N/A

4.1 Were results calculated in the correct untep __ _ _ 7No N/A

42Were analysis volumes entered correctly? Y No N/A

4.3 Were Yields entered correctly? Yes No I

4.4 Were spectra reviewed/meet contractual requirements? YsN

4.5 Wereraw cou-ntfs reviewed for anomalies? Y- No N/A

5.1 Are all nonconformances included and noted? Yes NoN4

5.2 rea reuird foms illd ot? No N/A

5.3 Was the correct methodology used? )(eNo N/A

5.4 Was transcription checked? Ye No N/A

5.5 Wer-e all calculations checked at a-minimu-m'frequ-ency-? ..... Y No N/A

5.6 Are worksheet entries complete and correct? Ye 0 No N/A

First LevelDaeq (
TestAmerica Richland Pg
PAS RADCAL~v4.8.44 Pg

iI ,-XIrnU [%a Lab~rLdUnes inC. 1



TestAmeric
FrHE LEADER IN ENVIRONMENTAL TESTING

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Batch Number: 1~ fL
Review Item Yes( No( NA(

A. Sample Analysis
1. Are the sample yields within acc eptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?
3. Are the correct isotopes reported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank result <- the
Contract Detection Limit?
2. Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit? I~ j
4. Is the blank result > the Contract Detection Limit but the
sample result < the Contract Detection Limit?____________
5. Is the LCS recovery within contract acceptance criteria?
6, Is the LCS Minimum Detectable Activity!5 the Contract
Detection Limit?
7. Do the MS/MSD results and yields meet acceptance criteria? j jj
8. Do the duplicate sample results and yields meet acceptance
criteria?
C. Other
1. Are all Non-c onformances included and noted?
2. Are all required forms filled out?
3. Was the correct methodology used?
4. Was transcription checked?
5. Were all calculations checked at a minimum frequency? _____01 ______

6. Were units checked?

Comments on any "No" response: 0 ~)e )'k )(

Second Level Revie Date:

LS-038B3, Rev. 10, 9/07

TestAmnerica Laboratories, Inc. 1 8



TestAm erica Data Review/Verification Checklist 5/9/2011 10:44:41 AM
MLEADUHf IN tNVIRONMENIAL. IESIIN(3 RADIOCHEMISTRY, First Level Review

Lot No., Due Date: JlE040558; 05/11/2011
Client, Site: 127642; SOON063AOO HANFORD
QC Batch No., Method Test: 1124349; RBETA-SR Beta by GPC-SrIY
SDG, Matrix: JP0176; SOIL

1.1 Is the 000C page complete; includes all applicable analysis, dates, SOP numbers, and revisions? YV No N/A

a forR
2.1 Do the Summary/Detailed Reports include acalculated result freach sample listed on the QC Batch Sheet? Y-eyNo N/A

2.2 Are6 the' QC -a p prop riat1e -fo-r 't h e -anaIy sis i ncl u-d-ed in th e batc h? No N/

2. I s the An alytical- Batch Worksheet com plete; -incl'udes asap propriate, volu-mes,* counttimes, etc? NONA

2.4 Does the Worksheets include a Tracer Vial label for each sample? Yes NoN

3.1 Is the blank results, yield, and MDA within contract limits? YsN /

3.2 Is the LOS result, yield, and MIDA within contract limits? Ye No N/A
____ ____ ___ ___ ___ _ __ ____ ___ ____ ___ ____ ___ ___ __I___

3.3 Are the MS/MSD results, yields, and MDA within contract limits? Yes No 'NA
34~~~~i Are... -h---- -- - - - - -- -eN /

jT -e--h d-uplicate res-ult,yi-el-ds, -and MDAs wit-hi-n c-ontractlimits?- '*,, -' - - --- , -*",'' ,-, -,"Yey No /

3.5 Are the sa'mple yields a-nd MDA-s"within contract limits?-- - -YsN /

4.1 Were results calculated in the correct units? yeNo N/A

4.2 Were analysis volumes entered correctly? Y f No NIA

4.3 Were Yields entered correctly? Yes NoN

4.4 Were spectra reviewed/meet contractual requirements? Yes NoN

4-.5 Were raw coun treviewed for anomalies? e /

5.1 Are all nonconformances included and noted? Yes No 1

5.2 Are all required forms filled out? Y No N/A

5.3 Was the correct methodology used? Y No N/A

5.4 Was transcription checked? -____ No N/A__

5. 5 Were al -1I c aIcul6 a *ti on s c hec6ke d -at' -a -m, ini m u'm freq uenc y?............ -- - - ..... Y No N/A

5Are worksheet entries complete and correct? -No N/A

6.0 comments on any No response:

First Level YDate-
TestAmerica Richland Page 1
PAS RADCALCv4.8.44

i CesLtIIIerL cd LdauEI1rIeS. !11C. 9



TestAmericc
THE LEADER IN ENVIRONMENTAL TESTING

Data Review Checklist
RADIOCHEMISTRY

Second Level Review

Batch Number: \ LI l '9

Review Item Yes () No( A

A. Sample Analysis
1. Are the sample yields within acceptance criteria?
2. Is the sample Minimum Detectable Activity < the Contract
Detection Limit?
3. Are the correct isotopes reported?
B. QC Samples
1. Is the Minimum Detectable Activity for the blank result:5 the
Contract Detection Limit?
2, Does the blank result meet the Contract criteria?
3. Is the blank result < the Contract Detection Limit?
4. Is the blank result > the Contract Detection Limit but the
sample result < the Contract Detection Limit?____________
5. Is the LCS recovery within contract acceptance criteria?
6. Is the LCS Minimum Detectable Activity S the Contract
Detection Limit?
7. Do the MS/MSD results and yields meet acceptance criteria?
8. Do the duplicate sample results and yields meet acceptance
criteria?
C. Other
1. Are all Non-conformances included and noted?
2. Are all required forms filled out?
3. Was the correct methodology used?
4. Was transcription checked?
5. Were all calculations checked at a minimum frequency? ______

6. Were units checked?

Comments on any "No" response: GAr ??\2Z I

Second Level Review;L n: Date:

LS-038B, Rev. 10, 9/07

TestAmerica Laboratories, Inc. 20
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rI M5/3/2011 2:42:29PM Page I of 4,wJApex
Analysis Report for RCF28036

J1 D4L8 SAF:RC-1 49 FF2IUPR-300-4 (321 Building)

A)-n - ru

GAMMA SPECTRUM ANALYSIS
Sample Identification :RCF28036
Sample Description :JI D4L8 SAF:RC-149 FF2IUPR-300-4 (321 Building)
Sample Type 80g pillbox

Sample Size 9.60015+01 grams
Facility :Default

Sample Taken On :5/3/2011 8:15:00AM
Acquisition Started :5/3/2011 1:42:11 PMV

Procedure :80 Gram Pill Box
Operator :ROT
Detector Name :GEA2703
Geometry :80 Gram Pill Box
Live Time :3600.0 seconds
Real Time :3601.7 seconds

Dead Time :0.05 %

Peak Locate Threshold :3.00
Peak Locate Range (in channels) 40 - 4096
Peak Area Range (in channels) :40 - 4096
Identification Energy Tolerance :1.000 keV

Energy Calibration Used Done On :2/2/2011
Efficiency Calibration Used Done On :2/23/2011
Efficiency Calibration Description :GEA2703 8OgPB 020311 EC SN82752-238

Sample Number :14197

INTERFERENCE CORRECTED REPORT

Nuclde Nuclide Wt mean wt mean comments
Name Id Activity Activity

Confidence (p~igrams) Uncertainty

K-40 0.998 1.04E+01 2.03E+00
PB-212 0.709 5.60E-01 1.10E-01
RA-226d @ 0.615 2.86E-01 9.85E-02
TH-232d 0.846 4.71E-01 1.05E-01

I'estAmerica Laboratories, Inc. 22



a5/3/2011 2:42:46PM Page I. of 4

Analysis Report for RCF28037

J1 D41-9 SAF RC-149 FF2IUPR-300-4 (321 Building)

4uo-aq- r r

GAMMA SPECTRUM ANALYSIS
Sample identification :RCF28037
Sample Description .110D4L-9 SAF:RC-149 FF2IUPR-300-4 (321 Building)
Sample Type 80g pillbox

Sampie Size :9.700E+01 grams
Facility :Default

Sample Taken On 5/3/2011 8:45:00AM
Acquisition Started 5/3/2011 1:42:23PM

Procedure :80 Gram Pill Box
Operator :ROT
Detector Name :PGTLYNX
Geometry :80 Gram Pill Box
Live Time :3600.0 seconds
Real Time :3602.8 seconds

Dead Time :0.08 %

Peak Locate Threshold :3.00
Peak Locate Range (in channels) 40 -4096
Peak Area Range (in channels) :40 -4096
Identification Energy Tolerance :1.000 keV

Energy Calibration Used Done On :3/3/2011
Efficiency Calibration Used Done On :3/11/2011
Efficiency Calibration Description :PGTL 8OgPB 030811 EC SN82752-238

Sample Number :14198

INTERFERENCE CORRECTED REPORT

Nuclide Nuclide Wt mean Wt mean Comments
Name Id Activity Activity

Confidence (pCi/grams) Uncertainty

K-40 0.995 9.99E+00 1.87E+00
PB-212 0.710 6.20E-01 1.03E-01
RA-226d @0.621 3.80E-01 8.50E-02
TH-232d 0.675 3.84E-01 8.36E-02
U-238d 0.339 5.49E-01 3.28E-01.

TestAmnerica Laboratories, Inc. 23



5/312011 2:43:00PMV Page I of4

Analysis Report for RCF28038

J1 D4MO SAF:RC-149 FF2/UPR-300-4 (321 Building)

GAMMA SPECTRUM ANALYSIS
Sample Identification RCF28038
Sample Description J1D4M0 SAF:RC-149 FF2IUPR-300-4 (321 Building)
Sample Type 80g pillbox

Sample Size 8.100E+01 grams
Facility Default

Sample Taken On 5/3/2011 9:45:00AMV
Acquisition Started :5/3/2011 1:42:33PM

Procedure :80 Gram Pill Box
Operator :ROT
Detector Name REGiE2
Geometry :80 Gram Pi Box
Live Time :3600.0 seconds
Real Time :3600.9 seconds

Dead Time :0,03 %

Peak Locate Threshold :3.00
Peak Locate Range (in channels) :40 -4096
Peak Area Range (in channels) :40 -4096
Identification Energy Tolerance :1.000 keV

Energy Calibration Used Done On :3/11/2011
Efficiency Calibration Used Done On :3/16/2011
Efficiency Calibration Description :REGIE2 8OgPB 031511 EC SN82752-238

Sample Number :14199

INTERFERENCE CORRECTED REPORT

Nuclide Nuclide Wt mean Wt mean Comments
Name Id Activity Activity

Confidence (pCi/grams) Uncertainty

K-40 0,997 8.08E+00 1.93E+00
PB-212 0.710 6.60E-01 1.03E-01
U-235 0.543 8.97E-02 8.59E~-02

TestAmnerica Laboratories, Inc. 24



5/3/2011 3:51:49PM Page I of 4

Analysis Report for RCF28039

J1 D41 SAF:RC-1 49 FF2JUPR-300-4 (321 Building)

GAMMA SPECTRUM ANALYSIS
Sample Identification :RCF28039
Sample Description J1 JD4MVI SAF:RC-149 FF2IUPR-300-4 (321 Building)
Sample Type :80g pillbox

Sample Size :7.400E+01 grams
Facility :Default

Sample Taken On :5/3/2011 12:00:00PM
Acquisition Started :5/3/2011 2:51:31 PM

Procedure :80 Gram Pill Box
Operator :RCT
Detector Name GEA2703
Geometry :80 Gram Pill Box
Live Time :3600.0 seconds
Real Time :3601.7 seconds

Dead Time :0.05 %

Peak Locate Threshold :3.00
Peak Locate Range (in channels) :40 -4096
Peak Area Range (in channels) :40 -4096
Identification Energy Tolerance :1.000 key

Energy Calibration Used Done On :2/2/2011
Efficiency Calibration Used Done On :2/23W2011I
Efficiency Calibration Description :GEA2703 8OgPB 020311 EC SN82752-238

Sample Number :14200

INTERFERENCE CORRECTED REPORT

Nucide Nucilde Wt mean Wt mean Comments
Name Id Activity Activity

Confidence (pCi/grams) Uncertainty

K-40 0.996 9.86E+00 2,23E+00
RA-226d @0.352 2.82E-01 1.31E.7 01
TH-2321 0.417 6.4BE-01 1.61E-01

TestAmnerica Laboratories, Inc. 25



a5/3/2011 3:52:04PM Page I of 4

Analysis Report for RCF28040

J1 D42 SAF:RC-149 FF2IUPR-300-4 (321 Building)

GAMMA SPECTRUM ANALYSIS
Sample identiflcation RCF28040
Sample Description :JID4M2 SAF:RC-149 FF2IUPR-300-4 (321 Building)
Sample Type 80Sg pillbox

Sample Size :7.000E+01 grams
Facility :Default

Sample Taken On :5/3/2011 12:45:00PMV
Acquisition Started :5/3/2011 2:51:39PM

Procedure :80 Gram Pill Box
Operator :RCT
Detector Name :PGTLYNX
Geometry :80 Gram Pill Box
Live Time :3600.0 seconds
Real Time :3602.7 seconds

Dead Time :0.07 %

Peak Locate Threshold :3.00
Peak Locate Range (in channels) :40 - 4096
Peak Area Range (In channels) :40 - 4096
Identification Energy Tolerance :1.000 keV

Energy Calibration Used Done On 3/3/2011
Efficiency Calibration Used Done On 3/11/2011
Efficiency Calibration Description :PGTL 8OgPB 030811 EC SN82752-238

Sample Number :14201

INTERFERENCE CORRECTED REPORT

Nucilde Nucilde Wt mean Wt mean Comments
Name Id Activity Activity

Confidence (pCi/grams) Uncertainty

K-40 0.999 1.37E+01 2.47E+00
X EJ- 15 5 0.359

PB-212 0.999 6.39E-01 1.22E-01
TH-232d 0.428 6.63E-01 1.38E-01

TFestAmnerica Laboratories. Inc. 26



TestAmerica
HE LEADER IN ENVIRON MEINTAL. TESTING

Samnple Check-in List

Dalelrime Received:_ Q' 00' -Z GM Screen Result (out) _______(in) InitimalsA ~

Client: 1ACi'SDG3 : Z Pn L7 ~ NA[] SAF# i:I ' NA]

W ork OrdrrNumber: L '~~O~Chain of Cuslody -,i'f-O,

Shipping Container I-D:// A)Z /I T "A [jAir Bill #_______________

I-Lem I througih 5 for shi-pig container only. Inta app-opriate response.

Custodv Stals on shipping conainer intact? "s Nol - I o CustoySa

2. Custody Seals dated and siened? Yes 4 1No [ ]No Custody Seal

Chain of Csoyrecord prsnYes Ic No

4, CoolerT temperature: jNA [ ,V'ermiicuite-packjng materials is -NA I ] - " W4

Item 6 through 10 for samples. Initial appropriate response.

6. Number of samples in shipping container (Each sample may contain multiple bottles):______________

7. Sample holding tines exceeded? NA[ Yes No

8. Samxples have: ~IIli"~~li I
tape hazard labels 1glit 11~i Ili 1111111111111

Idcustdy seals jrappropriate sample labels J1 L040558

9. ~ e in good condition ____7\are leaking

___are broken ___have air bubbles (Only for samples requiring no head space)

10. Sample pH appropriate for analysis requested Yes ]No [ ] N/A [& ~Note discrepancies in #13)
(If acidification necessary, then document sample ID, initial pH, amount of HN0 3 added and pH after addition)

R.PL ID # of preservative used:____________________________________

11. Sample Location, Sample Collector Listed? *Yes K E
*For documentation only. No corrective action needed.

12. Were any anomalies identified in sample receipt? Yes E]No

13. Description of anomalies (include sample numbers): NA~

/See other side for additional comments

Sample Custodian: at7~--- -Date: S -Q l / 0
Client Informned on____________ Person contacted______________

No action necessary; ocess s is

Project Manager Date____________________

LS-023, Rev. 12, 10/ 10
TestArnerica Laboratories. Inc. 27
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5/9/2011 10:43:23 AM ICOC Fraction Transfer/Status Report
ByDate: 5/9/2010, 5/14/2011, Batch: '1124348', User: *ALL Order By DateTimeAcceptlng

Q Batch Work Ord CurStatus Accepting Comments

1124348
AG Revi C SannohS 5/5/2011 2:31:54 PM

SC MauciejiS IsBatched 5/5/2011 10:02:42 AM ICOCRADCALC v4.8.49
SC SannohS InPrep 5/5/2011 2:31:54 PM RL-PRP-003 REVISION I
Sc SannohS PrepiC 5/5/2011 3:29:19 PM RL-PRP-003 REVISION 1
SC BockJ InPrep 5/6/2011 12:12:40 PM RL-GPC-007 REVISION 1
SC BockJ Prep2C 5/6/2011 12:24:46 PM RL-GPC-007 REVISION 1
SC ClarkR InCntl 5/6/2011 12:36:09 PM RL-CI-006 REVISION 1
SC BlackOL CaIcC 5/9/2011 6:30:55 AM RL-CI-006 REVISION 1
SC mcginnist ReviC 5/9/2011 10:43:13 AM RL-DR-001 Rev 2

AC SannohS 5/5/2011 3:29:19 PM

AC BockJ 5/6/2011 12:12:40 PM

AC BockJ 5/6/2011 12:24:46 PIM

AC ClarkR 5/6/20111 12:36:09 PM

AC BIackCL 5/9/2011 6:30:55 AM

AC mcginnlst 5/9/2011 10:43:13

'AU: ,-CCeprng Lnury; 777 Starus unange
TestAmerica Richland Grp Rec Cnt:7
Richland Wa. Pagel1 ICOCFractlons v4.8.44
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5/9/2011 10:44:12 AM 1000 Fraction Transfer/Status Report
ByDate: 5/9/2010, 5/14/2011, Batch: 1!124349', User: *ALL Order By DaterlmeAccepting

Q Batch Work Ord CurStatus Accepting Comments

1124349
AC Revl C SannohS 5/5/2011 3:29:59 PM
SC MauieriS IsBatched 5/5/2011 10:02:47 AM ICOCRADCALC v4.8.49
SC SannolhS PrepiC 5/5/2011 3:29:59 PM RL-PRP-003 REVISION 1
SC BockJ InPrep 5/6/2011 12:19:07 PM RL-GPC-007 REVISION 1
SC BockJ Prep2C 5/6/2011 12:24:52 PM RL-GPC-007 REVISION 1
SC ClarkR nCntl 5/6/2011 12:36:05 PM RL-CI-006 REVISION 1
SC DawkinsO CalcC 5/6/2011 6:29:21 PM RL-CI-006 REVISION 1
SC moginnist ReviC 5/9/2011 10:44:05 AM RL-DR-001 Rev 2
AC BockJ 5/6/2011 12:1,9:07 PM
AC BockJ 5/6/2011 12:24:52 PM
AC ClarkIR 5/6/2011 12:36:05 PM
AC DawkinsO 5/6/2011 6:29:21 PM
AC mcginnist 5/9/2011 10:44:05

A(;: IAccepting Ently SET. Sralus unallge
TestAmerica Richiand Grp Rec Ont: 6
Richiand Wa. Page 1 ICOCFractions v4.8.44
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TestAmerica
LADI tj F E '

ANALYTICAL REPORT

Job Number: 280-15478-1

SDG Number: JP0176

Job Description: SAF# RC-149 r 0  :

For:
Washington Closure Hanford

2620 Fermi Avenue
Richland, WA 99354

Attention: Joan H Kessner

K/f Yo {

Kaac E Yoder

~Project Manager 

kae.yoder@testamericainc.com
05/12/2011

The test resuits in this report relate only to the samples in this report and meet all requirements of NELAC, with any
exceptions noted. Pursuant to NELAP, this report shall not be reproduced except in full, without the written approval of
the laboratory. All questions regarding this report should be directed to the TestAmerica Denver Project Manager.

The Lab Certification ID# is E87667.

Reporting limits are adjusted for sample size used, dilutions and moisture content if applicable.

TestAmnerica Laboratories, Inc. ir2 C C

TestAmerica Denver 4955 Yarrow Street, Arvada, CO 80002
Tel (303) 736-0100 Fax (303) 431-7171 www.testarmericainccom : II~
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CASE NARRATIVE

Client: Washington Closure Hanford

Project: WASHINGTON CLOSURE HANFORD

Report Number: 280-15478-1

SDG #: JP0176
SAF#: RC-149

Date SDG Closed: May 5, 2011
Data Deliverable: 7 Day / Summary

CLIENT ID LAS ID ANALYSES REQUESTED ANALYSES PERFORMED
J 1 4L8 280-15478-1 6010/7471/I300.0/353.2/9045/9030/ 60108/7471 A/9056M/353.2/9045C19034/

VVTPH-D+/8260A/8270A/8310 NWTPH-DxI8260B/82700/831 0
J 1 4L9 280-15478-2 6010/7471/300.0/353.2/9045/9030/ 60108/7471 A/9056M/353.2/9045C/9034/

VVTPH-D+/8260A/8270A/831 0 NWTPH-0xI8260B/8270C/831 0
J 1 4M0 280-1 5478-3 601 0/7471/300.O/353.2/9045/9030/ 60108/7471 A19056M/353.2/90450/9034/

WTPH-D+/8260A/827A/831 0 NVVTPH-Dx/8260B/8270C/831 0
J1I 4M1 280-1 5478-4 6010/f7471/300 0/353.2/9045/9030/ 601013/ 7471 A/9056M/353.2/9045C/9034

VWrPH-D+/8260A/8270A/831 0 NWTPH-Dx/8260B/827OC/831 0
J 1 4M2 280-15478-5 6010/7471/300,0/353,2/9045/9030/ 60101317471 A/9056M/353.219045C/9034/

VWrPH-D+/8260A/8270A/831 0 NVWrPH-Dx/8260B/8270C/831 0
The Anions method substitution noted above, as agreed to by all parties, has no technical impact on the data,

I certify that this data package is in compliance with the SOW, both technically and for completeness, for other than the conditions
detailed in this Case Narrative. Release of the data contained in this hard copy data package has been authorized by the Laboratory
Manager or a designee, as verified by the signature on the Report Cover.

With exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no problems
were encountered or anomalies observed. All laboratory quality control samples analyzed in conjunction with the samples in this project
were within established control limits, with any exceptions noted. Calculations are performed before rounding to avoid round-off errors in
calculated results.

This report includes reporting limits (RLs) less than TestAmerica Denver's practical quantitation limits. These reporting limits are being
used specifically at the client's request to meet the needs of this project. Please note that data are not normally reported to these levels
without qualification, since they are inherently less reliable and potentially less defensible than required by the current NELAC standards.

The results, RLs and MDLs included in this report have been adjusted for dry weight, as appropriate.

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the
individual sections below.

RECEIPT
The samples were received on 5/5/2011; the samples arrived in good condition, properly preserved and on ice. The temperature of the
cooler at receipt was 3.5 C.

GC/MS VOLATILES - SW846 82608
RPD limits were exceeded in the MS/MSD performed on sample J1 04L8. The acceptable LCS analysis data indicated that the analytical
system was operating within control; therefore, corrective action is deemed unnecessary.

No other anomalies were encountered.

GC/MS SEMIVOLATILES - SW846 8270C
No anomalies were encountered.

GC SEMI VOLATILES - NWTPH-Dx - DRO
No anomalies were encountered.

HPLC - SW846 8310 -PAHs
No anomalies were encountered.

Page 3 of 97



TOTAL METALS - SW846 601OB17471A
Serial dilution of a digestate in batch 280-65857 indicates that physical and chemical interferences are present for several elements.
Results have been flagged with an "X".

Low levels of Barium and Zinc are present in the method blank associated with batch 280-65857. Because the concentrations in the
method blank are not present at levels greater than the reporting limits, corrective action is deemed unnecessary.

Silicon was recovered outside the control limits, biased low, in the LOS associated with batch 280-65857, and the associated sample
results have been flagged "N". Silicon is a poor performer and has a history of reacting inconsistently. Data are reported as is.

It can be noted that the sample amount was greater than four times the spike amount for Aluminum, Iron and Manganese in the Matrix
Spike performed on sample J 1D41-8; therefore, control limits are not applicable.

The duplicate analysis of sample J1 D41-8 exhibited RPD data outside the control limits for Potassium and Sodium, and the associated
sample results have been flagged "M". There is no indication that the analytical system was operating out of control, and method
accuracy has been verified by the acceptable LOS analysis data; therefore, corrective action is deemed unnecessary.

No other anomalies were encountered.

GENERAL CHEMISTRY - MCAWW 353.2 - NITRATE+NITRITE as N
The Matrix Spike performed on sample J1 D4M2 exhibited the percent recovery outside the control limits, and the associated sample
result has been flagged "N". There is no indication that the analytical system was operating out of control, and method accuracy has
been verified by the acceptable LOS analysis data; therefore, corrective action is deemed unnecessary.

The duplicate analysis of sample J I04M2 exhibited RPD data outside the control limits, and the associated sample result has been
flagged "M". There is no indication that the analytical system was operating out of control, and method accuracy has been verified by the
acceptable LOS analysis data; therefore, corrective action is deemed unnecessary.

No other anomalies were encountered.

GENERAL CHEMISTRY - SW846 9034 - SULFIDE
The Matrix Spike performed on sample J1 D41-8 exhibited the percent recovery outside the control limits, and the associated sample result
has been flagged "N". There is no indication that the analytical system was operating out of control, and method accuracy has been
verified by the acceptable LOS analysis data; therefore, corrective action is deemed unnecessary.

No other anomalies were encountered.

GENERAL CHEMISTRY - SW846 9056M - ANIONS

No anomalies were encountered.

GENERAL CHEMISTRY - SW846 9045C - PH
No anomalies were encountered.

Page 4 of 97



DATA REPORTING QUALIFIERS

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Lab Section Qualifier Description

GC/MS VOA

U Analyzed for but not detected.

J Indicates an Estimated Value for TICs

MS/MSD RPD exceeded the control limit

N Presumptive evidence of material.

J Result is less than the RL but greater than or equal to the MDL
and the concentration is an approximate value.

GC/MS Semi VOA

U Analyzed for but not detected.

J Indicates an Estimated Value for TICs

N Presumptive evidence of material.

GC Semi VOA

U Analyzed for but not detected.

J Result is less than the RL but greater than or equal to the MDL
and the concentration is an approximate value.

Metals

U Analyzed for but not detected.

B Estimated result. Result is less than the RL, but greater than
MDL

4 MS, MSD: The analyte present in the original sample is 4 times
greater than the matrix spike concentration;, therefore, control
limits are not applicable.

N Recovery exceeds upper or lower control limits

M Sample duplicate precision not met.

X Serial dilution in the analytical batch indicates that physical and
chemical interferences are present.

TestAmnerica Denver
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DATA REPORTING QUALIFIERS

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Lab Section Qualifier Description

General Chemistry

U Analyzed for but not detected.

B Estimated result. Result is less than the RL, but greater than
MDL

N MS, MSD: Spike recovery exceeds upper or lower control
limits.

M Sample duplicate precision not met.

H PLC/IC

U Analyzed for but not detected.

TestAmerica Denver
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METHOD SUMMARY

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Description Lab Location Method Preparation Method

Matrix: Solid

Volatile Organic Compounds (GC/MS) TAL DEN SW846 8260B
Purge and Trap TAL DEN SW846 50306

Semnivolatile Organic Compounds (GC/MS) TAL DEN SW846 8270C
Ultrasonic Extraction TAL DEN SW846 3550C

Northwest - Semi-Volatile Petroleum Products (GC) TAL DEN NWTPH NWTPH-Dx
Ultrasonic Extraction TAL DEN SW846 3550C

PAHs (HPLC) TAL DEN SW846 8310
Ultrasonic Extraction TAL DEN SW846 3550C

Metals (ICP) TAL DEN SW846 60108B
Preparation, Metals TAL DEN SW846 3050B

Mercury (CVAA) TAL DEN SW846 7471 A
Preparation, Mercury TAL DEN SW846 7471 A

Nitrogen, Nitrate-Nitrite TAL DEN MCAWVV 353.2
Deionized Water Leaching Procedure TAL DEN ASTM Dl Leach

Sulfide, Acid Soluble and Insoluble (Titrimetric) TAL DEN SW846 9034
Sulfide, Distillation (Acid Soluble and Insoluble) TAIL DEN SW846 9030B

pH TAL DEN SW846 9045C
Deionized Water Leaching Procedure TAL DEN ASTM Dl Leach

Anions, Ion Chromatography TAL DEN SW846 9056M
Deionized Water Leaching Procedure TAL DEN ASTM Dl Leach

ASTM D-2216 TAL DEN ASIM D-2216

Lab References:

TAL DEN = TestAmerica Denver

Method References:

ASTM = ASTM International

MCAWN = "Methods For Chemical Analysis Of Water And Wastes", EPA-600/4-79-020, March 1983 And Subsequent Revisions.

NWTPH =Northwest Total Petroleum Hydrocarbon

SW846 ="Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.
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METHOD / ANALYST SUMMARY

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

Method Analyst Analyst ID

SVV846 8260B Reinhardt, Jason JR

SW846 8270C Hoffman, Michael G MGH

NWVTPH NWTPH-Dx Birdsell, Matthew R MRB

SW846 60108B Bowen, Heidi E HEB

SW846 7471 A Niman, Katie M KMN

MCAWN 353.2 Stosalk, Lara E LES

SVV846 9034 Plumb, Paul M PMP

SW846 9045C Ayala, Delaina DA

SW846 9056M Phan, Thu L TLP

ASTM 0-2216 Berry 1ll, Paul B P88

SW846 8310 Hall, Koley JI KJH
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SAMPLE SUMMARY

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Date/Time Date/Time
Lab Sample ID Client Sample ID Client Matrix Sampled Received

280-15478-1 J104L8 Solid 05/03/2011 0815 05/05/2011 1200
280-15478-2 J149 Solid 05/03/2011 0845 05/05/2011 1200
280-15478-3 J1D4MVO Solid 05/03/2011 0945 05/05/2011 1200
280-15478-4 J1D4M1 Solid 05/03/2011 1200 05/05/2011 1200
280-15478-5 J1D4M2 Solid 05/03/2011 1245 05/05/2011 1200
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SAMPLE RESULTS
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: J1D4L18

Lab Sample ID: 280-15478-1 Date Sampled: 05/03/2011 0815
Client Matrix: Solid % Moisture: 5.0 Date Received: 05/05/2011 1200

8260B Volatile Organic Compounds (GC/MS)

Analysis Method: 82608 Analysis Batch: 280-66489 Instrument ID: MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6399.D
Dilution: 1.0 Initial Weight/Volume: 5.394 g
Analysis Date: 05/07/20 11 1148 Final Weight/Volume: 5 ml-
Prep Date: 05/07/2011 0600

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acetone 5.3 U 5.3 20
Benzene 0.46 U 0,46 4.9
Bromodichloromethane 0.21 U 0.21 4.9
Bromoform 0.22 U 0.22 4.9
Bromomethane 0.49 U 0.49 9.8
2-Butanone (MEK) 1.8 U 1.8 9.8
Carbon disulfidle 0.41 U 0.41 4.9
Carbon tetrachloride 0.61 U 0.61 4.9
Chlorobenzene 0.53 U 0.53 4.9
Dibromochloromethane 0.56 U 0.56 4.9
Chloroethane 0.87 U 0.87 9.8
Chloroform 0.28 U 0.28 4.9
Chloromethane 0.75 U 0.75 9.8
1, 1 -Dichloroethane 0.20 U 0.20 4.9
1,2-Dichloroethane 0.68 U 0.68 4.9
1, 1 -Dichloroethene 0.58 U 0.58 4.9
1,2-Dichloroethene, Total 0.38 U 0.38 4.9
1,2-Dichloropropane 0.54 U 0.54 4.9
cis- 1, 3-Dichloropropene 1.3 U 1.3 4.9
trans- 1,3-Dichloropropene 0.65 U 0.65 4.9
Ethylbenzene 0.65 U 0.65 4.9
2-Hexanone 4.8 U 4.8 20
Methylene Chloride 0.73 U 0.73 4.9
4-Methyl-2-pe nta none (MIBK) 4.3 U 4.3 9.8
Styrene 0.61 U 0.61 4.9
1,1,2-Tetrachloroethane 0.60 U 0.60 4.9
Tetrachloroethene 0.58 U 0.58 4.9
Toluene 0.67 U 0.67 4.9
1,1, 1-Trichloroethane 0.51 U 0.51 4.9
1, 1,2-Trichloroethane 0.86 U 0.86 4.9
Trichloroethene 0.22 U 0.22 4.9
Vinyl chloride 1.3 U 1.3 4.9
Xylenes, Total 0.60 U 0.60 4.9

Surrogate %Rec Qualifier Acceptance Limits
1 .2-Dichloroethane-d4 (Surr) 78 58 - 140
Toluene-d8 (Surr) 'I'l 80 -126

4-Bromofluorobenzene (Surr) 100 76 - 127
Dibromofluoromethane (Surr) 96 75- 121
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: 11134118

Lab Sample ID: 280-15478-1 Date Sampled: 05/03/2011 0815
Client Matrix: Solid % Moisture: 5.0 Date Received: 05/05/2011 1200

8260B Volatile Organic Compounds (GC/MS)

Analysis Method: 8260B Analysis Batch: 280-66489 Instrument ID: MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6399.D
Dilution: 1.0 Initial Weight/Volume: 5.394 g
Analysis Date: 05/07/2011 1148 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600

Tentatively Identified Compounds Number TIC's Found: 0

Cas Number Analyte RT Est. Result (ug/Kg) Qualifier
Tentatively Identified Compound None
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J 1D4L9

Lab Sample ID: 280-15478-2 Date Sampled: 05/03/2011 0845
Client Matrix: Solid % Moisture: 5.7 Date Received: 05/05/2011 1200

8260B Volatile Organic Compounds (GC/MS)

Analysis Method: 8260B Analysis Batch: 280-66489 Instrument ID: . MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6402.D
Dilution: 1.0 Initial Weight/Volume: 4.850 g
Analysis Date: 05/07/2011 1257 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acetone 5.9 U 5.9 22
Benzene 0.51 U 0.51 5.5
Bromodichloromethane 0.24 U 0.24 5.5
Bromoform 0.25 U 0.25 5.5
Bromomethane 0.55 U 0.55 11
2-Butanone (MEK) 2.0 U 2.0 11
Carbon disulfide 0.46 U 0.46 5.5
Carbon tetrachloride 0.69 U 0.69 5.5
Chlorobenzene 0.59 U 0.59 5.5
Dibromochloromethane 0.62 U 0.62 5.5
Chloroethane 0.97 U 0.97 11
Chloroform 0.32 U 0.32 5.5
Chloromethane 0.84 U 0.84 11
1.1 -Dichloroethane 0.23 U 0.23 5.5
1 .2-Dichloroethane 0.76 U 0.76 5.5
1, 1 -Dichloroethene 0.64 U 0.64 5.5
1,2-Dichloroethene, Total 0.43 U 0.43 5.5
1,2-Dichloropropane 0.60 U 0.60 5.5
cis-1,3-Dichloropropene 1.4 U 1.4 5.5
trans-i ,3-Dichloropropene 0.73 U 0.73 5.5
Ethylbenzene 0.73 U 0.73 5.5
2-Hexanone 5.3 U 5.3 22
Methylene Chloride 0.82 U 0.82 5.5
4-Methyl-2-pentanone (MIBK) 4.8 U 4.8 11
Styrene 0.69 U 0.69 5.5
1,1,2,2-Tetrachloroethane 0.67 U 0.67 5.5
Tetrachloroethene 0.64 U 0.64 5.5
Toluene 0.75 U 0.75 5.5
1, 1, 1-Trichloroethane 0.57 U 0.57 5.5
1, 1,2-Trichloroethane 0.96 U 0.96 5.5
Trichloroethene 0.25 U 0.25 5.5
Vinyl chloride 1.5 U 1.5 5.5
Xylenes, Total 0.67 U 0.67 5.5

Surrogate %Rec Qualifier Acceptance Limits
1 ,2-Dichloroethane-d4 (Surr) 77 58- 140
Toluene-d8 (Surr) 112 80 -126
4-Bromofluorobenzene (Surr) 99 76 - 127
Dibromofluoromethane (Surr) 97 75 -121

TestAmerica Denver Page 13 of 97



Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: JID4L9

Lab Sample ID: 280-15478-2 Date Sampled: 05/03/2011 0845
Client Matrix: Solid % Moisture: 5.7 Date Received: 05/05/2011 1200

82606 Volatile Organic Compounds (GC/MS)

Analysis Method: 82606 Analysis Batch; 280-66489 Instrument ID. MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6402.D
Dilution: 1.0 Initial Weight/Volume: 4.850 g
Analysis Date: 05/07/2011 1257 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600

Tentatively Identified Compounds Number TIC's Found: 4

Cas Number Analyte RT Est. Result (ug/Kg) Qualifier
Tentatively Identified Compound None

120-82-1 1,2,4-Trichlorobenzene 15.30 1.4 J J N
87-68-3 Hexachlorobutadliene 15.49 1.2 J JN
91-20-3 Naphthalene 15.59 1.5 J JN
87-61-6 1,2,3-Trichlorobenzene 15.89 1.8 J J N
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: JID4MO

Lab Sample ID: 280-15478-3 Date Sampled: 05/03/2011 0945
Client Matrix: Solid % Moisture: 5.4 Date Received: 05/05/2011 1200

82608 Volatile Organic Compounds (GCIMS)

Analysis Method: 82608 Analysis Batch: 280-66489 Instrument ID: MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6403.D
Dilution: 1.0 Initial Weight/Volume: 5.728 g
Analysis Date: 05/07/2011 1320 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acetone 5.0 U 5.0 18
Benzene 0.43 U 0.43 4.6
Bromodichloromethane 0.20 U 0.20 4.6
Bromoform 0.21 U 0.21 4.6
Bromomnethane 0.46 U 0.46 9.2
2-Butanone (MEK) 1.7 U 1.7 9.2
Carbon disulfide 0.39 U 0.39 4.6
Carbon tetrachloride 0.58 U 0.58 4.6
Chlorobenzene 0.50 U 0.50 4.6
Dibromochloromethane 0.53 U 0.53 4.6
Chloroethane 0.82 U 0.82 9.2
Chloroform 0.27 U 0.27 4.6
Chloromethane 0.71 U 0.71 9.2
1, 1 -Dichloroethane 0.19 U 0.19 4.6
1 .2-Dichloroethane 0.65 U 0.65 4.6
1,1-Dichloroethene 0.54 U 0.54 4.6
1,2-Dichloroethene, Total 0.36 U 0.36 4.6
1 .2-Dichloropropane 0.51 U 0.51 4.6
cis- 1,3-Dichloropropene 1.2 U 1.2 4.6
trans- 1, 3-Dichloropropene 0.62 U 0.62 4.6
Ethylbenzene 0.62 U 0.62 4.6
2-Hexanone 4.5 U 4.5 18
Methylene Chloride 0.69 U 0.69 4.6
4-Methyl-2-pentanone (MlBK) 4.0 U 4.0 9.2
Styrene 0.58 U 0.58 4.6
1,1,2,2-Tetrachloroethane 0.56 U 0.56 4.6
Tetra chloroethene 0.54 U 0.54 4.6
Toluene 0.64 U 0.64 4.6
1, 1, 1-Trichloroethane 0.48 U 0.48 4.6
1, 1,2-Trichloroethane 0.81 U 0.81 4.6
Trichloroethene 0.21 U 0.21 4.6
Vinyl chloride 1.2 U 1.2 4.6
Xylenes, Total 0.56 U 0.56 4.6

Surrogate %Rec Qualifier Acceptance Limits
1 ,2-Dichloroethane-d4 (Surr) 77 58 -140

Toluene-d8 (Surr) ill 80 -126

4-Bromofluorobenzene (Surr) 98 76 -127

Dibromoluoromethane (Surr) 98 75 -121
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: J1D4MO

Lab Sample ID: 280-15478-3 Dale Sampled: 05/03/2011 0945
Client Matrix: Solid % Moisture: 5.4 Date Received: 05/05/2011 1200

8260B Volatile Organic Compounds (GCIMS)

Analysis Method: 8260B Analysis Batch: 280-66489 Instrument ID: MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6403.D
Dilution: 1.0 Initial Weight/Volume: 5.728 g
Analysis Date: 05/07/2011 1320 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600

Tentatively Identified Compounds Number TIC's Found: 0

Cas Number Analyte RT Est. Result (ug/Kg) Qualifier
Tentatively Identified Compound None
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: J1D4MI

Lab Sample ID: 280-15478-4 Date Sampled: 05/03/2011 1200
Client Matrix: Solid % Moisture: 7.1 Date Received: 05/05/2011 1200

8260B Volatile Organic Compounds (GC/MS)

Analysis Method: 8260B Analysis Batch: 280-66489 Instrument ID: MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6404.D
Dilution: 1.0 Initial Weight/Volume: 5.105 g
Analysis Date: 05/07/2011 1344 Final Weight/Volume: 5 mL
Prep Date: 05/07/20 11 0600

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acetone 5.7 U 5.7 21
Benzene 0.50 U 0.50 5.3
Bromodichloromethane 0.23 U 0.23 5.3
Bromoform 0.24 U 0.24 5.3
Bromomethane 0.53 U 0.53 11
2-Butanone (MEK) 1.9 U 1.9 11
Carbon disulfide 0.44 U 0.44 5.3
Carbon tetrachloride 0.66 U 0.66 5.3
Chlorobenzene 0.57 U 0.57 5.3
Dibromochloromethane 0.60 U 0.60 5.3
Chloroethane 0.94 U 0.94 11
Chloroform 0.31 U 0.31 5.3
Chloromethane 0.81 U 0.81 11
1, 1 -Dichloroethane 0.22 U 0.22 5.3
1 .2-Dichloroethane 0.74 U 0.74 5.3
1, 1 -Dichloroethene 0.62 U 0.62 5.3
1 .2-Dichloroethene, Total 0.41 U 0.41 5.3
1,2-Dichloropropane 0.58 U 0.58 5.3
cis-1, 3-Dichloropropene 1.4 U 1.4 5.3
trans-i1 3-Dichloropropene 0.71 U 0.71 5.3
Ethylbenzene 0.71 U 0.71 5.3
2-Hexanone 5.2 U 5.2 21
Methylene Chloride 0.79 U 0.79 5.3
4- Methyl -2-pentan one (MIBK) 4.6 U 4.6 11
Styrene 0.66 U 0.66 5.3
1,1,2,2-Tetrachloroethane 0.64 U 0.64 5.3
Tetrachloroethene 0.62 U 0.62 5.3
Toluene 0.73 U 0.73 5.3
11, 1-Trichloroethane 0.55 U 0.55 5.3
1, 1,2-Trichloroethane 0.93 U 0.93 5.3
Trichloroethene 0.24 U 0.24 5.3
Vinyl chloride 1.4 U 1.4 5.3
Xylenes, Total 0.64 U 0.64 5.3

Surrogate %Rec Qualifier Acceptance Limits
1 ,2-Dichloroethane-d4 (Surr) 76 58 -140

Toluene-d8 (Surr) 112 80- 126
4-Bromofluorobenzene (Surr) 98 76 - 127
Dibromofluoromethane (Surr) 98 75 -121
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J1D4M1

Lab Sample ID: 280-15478-4 Date Sampled: 05/03/2011 1200
Client Matrix: Solid % Moisture: 7.1 Date Received: 05/05/2011 1200

8260B Volatile Organic Compounds (GCIMS)

Analysis Method: 8260B Analysis Batch: 280-66489 Instrument ID: MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6404.D
Dilution: 1.0 Initial Weight/Volume: 5.105 g
Analysis Date: 05/07/2011 1344 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600

Tentatively Identified Compounds Number TIC's Found: 0

Cas Number Analyle RT Est. Result (ug/Kg) Qualifier
Tentatively Identified Compound None
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J1D4M2

Lab Sample ID: 280-15478-5 Date Sampled: 05/03/2011 1245
Client Matrix: Solid % Moisture: 6.2 Date Received: 05/05/2011 1200

8260B Volatile Organic Compounds (GCIMS)

Analysis Method: 82608 Analysis Batch: 280-66489 Instrument ID: MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6405.D
Dilution: 1 0 Initial Weight/Volume: 5.635 g
Analysis Date: 05/07/2011 1407 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acetone 5.1 U 5.1 19
Benzene 0.44 U 0.44 4.7
Bromodichloromethane 0.21 U 0.21 4.7
Bromoform 0.22 U 0.22 4.7
Bromomethane 0.47 U 0.47 9.5
2-Butanone (MEK) 1.7 U 1.7 9.5
Carbon disulfide 0.40 U 0.40 4.7
Carbon tetrachloride 0.60 U 0.60 4.7
Chlorobenzene 0.51 U 0.51 4.7
Dibromochloromethane 0.54 U 0.54 4.7
Chloroethane 0.84 U 0.84 9.5
Chloroform 0.27 U 0.27 4.7
Chloromethane 0.73 U 0.73 9.5
1 1-Dichloroethane 0.20 U 0.20 4.7
1 .2-Dichloroethane 0.66 U 0.66 4.7
1, 1 -Dichloroethene 0.56 U 0.56 4.7
1 .2-Dichloroethene, Total 0.37 U 0.37 4.7
1,2-Dichloropropane 0.52 U 0.52 4.7
cis- 1, 3-Dichloropropene 1.2 U 1.2 4.7
trans- 1, 3-Dichloropropene 0.63 U 0.63 4.7
Ethylbenzene 0.63 U 0.63 4.7
2-Hexanone 4.6 U 4.6 19
Methylene Chloride 0.71 U 0.71 4.7
4-Methyl-2-pentanone (MIBK) 4.1 U 4.1 9.5
Styrene 0.60 U 0.60 4.7
1, 1,2,2-Tetrachloroethane 0.58 U 0.58 4.7
Tetrachloroethene 0.56 U 0.56 4.7
Toluene 0.65 U 0.65 4.7
1, 1, 1-Trichloroethane 0.49 U 0.49 4.7
1, 1,2-Trichloroethane 0.83 U 0.83 4.7
Trichloroethene 0.22 U 0.22 4.7
Vinyl chloride 1.3 U 1.3 4.7
Xylenes, Total 0.58 U 0.58 4.7

Surrogate %Rec Qualifier Acceptance Limits
1 ,2-Dichloroethane-d4 (Surr) 79 58- 140
Toluene-d8 (Surr) 113 80- 126
4-Bromofluorobenzene (Surr) 99 76 -127
Dibromofluoromethane (Surr) 100 75- 121
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: J1D4M2

Lab Sample ID: 280-15478-5 Date Sampled: 05/03/2011 1245
Client Matrix: Solid % Moisture: 6.2 Date Received: 05/05/2011 1200

8260B Volatile Organic Compounds (GCIMS)

Analysis Method: 82606 Analysis Batch: 280-66489 Instrument ID: MSVJ
Prep Method: 5030B Prep Batch: 280-66166 Lab File ID: J6405.D
Dilution: 1.0 Initial Weight/Volume: 5.635 g
Analysis Date: 05/07/2011 1407 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600

Tentatively Identified Compounds Number TIC's Found: 0

Cas Number Analyte RT Est. Result (ug/Kg) Qualifier
Tentatively Identified Compound None
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: J1D4L8

Lab Sample ID: 280-15478-1 Date Sampled: 05/03/2011 0815
Client Matrix: Solid % Moisture: 5.0 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GCIMS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSS_0
Prep Method: 3550C Prep Batch; 280-65892 Lab File ID: D3660.D
Dilution: 1.0 Initial Weight/Volume: 30.0 g
Analysis Date: 05/09/2011 1626 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acenaphthene 11 U 11 350
Acenaphthylene 18 U 18 350
Anthracene 18 U 18 350
Benzo(a]anthracene 21 U 21 350
Benzo[alpyrene 21 U 21 350
Benzo[b]luoranthene 28 U 28 350
Benzo[ghi]perylene 17 U 17 350
Benzo[k]fluoranthene 42 U 42 350
Bis(2-chloroethoxy)methane 24 U 24 350
Bis(2-chloroethyl)ether 17 U 17 350
bis (2-chloroisopropyl) ether 24 U 24 350
Bis(2-ethylhexyl) phthalate 48 U 48 350
4-Bromophenyl phenyl ether 20 U 20 350
Butyl benzyl phthalate 45 U 45 350
Carbazole 38 U 38 350
4-Chloroaniline 86 U 86 350
4-Chloro-3-methylphenol 69 U 69 350
2-Chloronaphthalene 11 U 11 350
2-Chlorophenol 22 U 22 350
4-Chlorophenyl phenyl ether 22 U 22 350
Chrysene 28 U 28 350
Dibenz(a,h)anthracene 20 U 20 350
Dibenzofuran 21 U 21 350
1,2-Dichlorobenzene 23 U 23 350
1,3-Dichlorobenzene 13 U 13 350
1,4-Dichlorobenzene 14 U 14 350
3,3'-Dichlorobenzidine 95 U 95 690
2,4-Dichlorophenol 11 U 11 350
Diethyl phthalate 27 U 27 350
2,4-Dimethylphenol 69 U 69 350
Dimethyl phthalate 24 U 24 350
Di-n-butyl phthalate 31 U 31 350
4.6- Din itro-2-methylphe nol 350 U 350 690
2,4-Dinitrophenol 350 U 350 870
2,4-Dinitrotoluene 69 U 69 350
2,6-Dinitrotoluene 29 U 29 350
Di-n-octyl phthalate 15 U 15 350
Fluoranthene 38 U 38 350
Fluorene 19 U 19 350
Hexachlorobenzene 31 U 31 350
Hexachlorobutadiene 11 U 11 350
Hexachlorocyclopentadiene 53 U 53 350
Hexachloroethane 22 U 22 350
Indeno[1,2,3-cd]pyrene 23 U 23 350
Isophorone 18 U 18 350
2-Methylnaphthalene 20 U 20 350
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: J1D4L8

Lab Sample 0D: 280-15478-1 Date Sampled: 05/03/2011 0815
Client Matrix: Solid % Moisture: 5.0 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GC/MS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSSD
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3660.D
Dilution: 1.0 Initial Weight/Volume: 30.0 g
Analysis Date: 05/09/2011 1626 Final Weight/Volume: 1000 uL
Prep Date: 05/0 5/201 1 2215 Injection Volume: 0.5 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
2-Methylphenol 14 U 14 350
3 & 4 Methylphenol 35 U 35 350
Naphthalene 33 U 33 350
2-Nitroaniline 53 U 53 350
3-Nitroaniline 77 U 77 350
4-Nitroaniline 76 U 76 350
Nitrobenzene 23 U 23 350
2-Nitrophenol 11 U 11 350
4-Nitrophenol 100 U 100 690
N-Nitrosodi-n-propylamine 33 U 33 350
N-Nitrosodiphenylamine 22 U 22 350
Pentachlorophenol 350 U 350 690
Phenanthrene 18 U 18 350
Phenol 19U 19 350
Pyrene 13 U 13 350
1,2,4-Trichlorobenzene 29 U 29 350
2,4,5-Trichlorophenol 11 U 11 350
2,4,6-Trichlorophenol 11 U 11 350

Surrogate %Rec Qualifier Acceptance Limits
2-Fluorobiphenyl 85 50- 120
2-Fluorophenol 92 53 -120
Nitrobenzene-d5 83 50- 120
Phenol-d5 93 52-120
Terphenyl-d14 105 55- 120
2,4,6-Tribromophenol 82 51 - 120
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: J1D4L8

Lab Sample ID: 280-15478-1 Date Sampled: 05/03/2011 0815
Client Matrix: Solid % Moisture: 5.0 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GCIMS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSS_0
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3660.D
Dilution: 1.0 Initial Weight/Volume: 30.0 g
Analysis Date: 05/09/2011 1626 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Tentatively Identified Compounds Number TIC's Found: 2

Cas Number Analyte RT Est. Result (uglKg) Qualifier
Unknown 2.38 160 INJ
Unknown 2.75 1900 INJ
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: JID04L9

Lab Sample ID: 280-15478-2 Date Sampled: 05/03/2011 0845
Client Matrix: Solid % Moisture: 5.7 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GCIMS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSS_0
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3661.D
Dilution: 1.0 Initial Weight/Volume: 32.6 g
Analysis Date: 05/09/2011 1644 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acenaphthene 10 U 10 320
Acenaphthylene 17 U 17 320
Anthracene 17 U 17 320
Benzo[a]anthracene 20 U 20 320
Benzo[a]pyrene 20 U 20 320
Benzo[b]fluoranthene 26 U 26 320
Benzo[ghi]perylene 16 U 16 320
Benzo[k]ftuoranthene 39 U 39 320
Bis(2-chloroethoxy)methane 22 U 22 320
Bis(2-chloroethyl)ether 16 U 16 320
bis (2-chloroisopropyl) ether 22 U 22 320
Bis(2-ethylhexyl) phthalate 45 U 45 320
4-Bromophenyl phenyl ether 19 U 19 320
Butyl benzyl phthalate 42 U 42 320
Carbazole 35 U 35 320
4-Chloroaniline 80 U 80 320
4 -Ch lo ro-3-methyl phenol 64 U 64 320
2-Chloronaphthalene 9.8 U 9.8 320
2-Chlorophenol 20 U 20 320
4-Chlorophenyl phenyl ether 20 U 20 320
Chrysene 26 U 26 320
Dibenz(a,h)anthracene 19 U 19 320
Dibenzofuran 20 U 20 320
1 ,2-Dichlorobenzene 21 U 21 320
1,3-Dichlorobenzene 12 U 12 320
1,4-Dichlorobenzene 13 U 13 320
3,3-Dichlorobenzidine 88 U 88 640
2,4-Dichlorophenol 9.8 U 9.8 320
Diethyl phthalate 25 U 25 320
2,4- Dimethyl phenol 64 U 64 320
Dimethyl phthalate 22 U 22 320
Di-n-butyl phthalate 28 U 28 320
4,6-Dinitro-2-methylphenol 320 U 320 640
2,4-Dinitrophenol 320 U 320 800
2,4-Dinitrotoluene 64 U 64 320
2,6-Dinitrotoluene 27 U 27 320
Di-n-octyl phthalate 14 U 14 320
Fluoranthene 35 U 35 320
Fluorene 18 U 18 320
Hexachlorobenzene 28 U 28 320
Hexachlorobutadiene 9.8 U 9.8 320
Hexachlorocyclopentadiene 49 U 49 320
Hexachloroethane 21 U 21 320
Indeno(1,2,3-cd~pyrene 21 U 21 320
so phorone 17 U 17 320
2-Methyinaphthalene 19 U 19 320
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: J1D4L9

Lab Sample ID: 280-15478-2 Date Sampled: 05/03/2011 0845
Client Matrix: Solid % Moisture: 5.7 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GCIMS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSSD
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3661.D
Dilution: 1.0 Initial Weight/Volume: 32.6 g
Analysis Date: 05/09/2011 1644 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
2-Methylphenol 13 U 13 320
3 & 4 Methylphenol 32 U 32 320
Naphthalene 30 U 30 320
2-Nitroaniline 49 U 49 320
3-Nitroaniline 71 U 71 320
4-Nitroaniline 71 U 71 320
Nitrobenzene 21 U 21 320
2-Nitrophenol 9.8 U 9.8 320
4-Nitrophenol 95 U 95 640
N-Nitrosodli-n-propylamine 30 U 30 320
N-Nitrosodliphenylamine 20 U 20 320
Pentachlorophenol 320 U 320 640
Phenanthrene 17 U 17 320
Phenol 18 U 18 320
Pyrene 12 U 12 320
1, 2,4-Trich loro benzene 27 U 27 320
2,4,5-Trichlorophenol 9.8 U 9.8 320
2,4,6-Trichlorophenol 9.8 U 9.8 320

Surrogate %Rec Qualifier Acceptance Limits
2-Fluorobiphenyl 89 50- 120
2-Fluorophenol 93 53 - 120
Nitrobenzene-d5 89 50- 120
Phenol-d5 98 52- 120
Terphenyl-d 14 109 55 - 120
2,4,6-Tribromophenol 88 51 - 120
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: JID4L9

Lab Sample ID: 280-15478-2 Date Sampled: 05/03/2011 0845
Client Matrix: Solid % Moisture: 5.7 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GC/MS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSSD
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3661.D
Dilution: 1.0 Initial Weight/Volume: 32.6 g
Analysis Date: 05/09/2011 1644 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Tentatively Identified Compounds Number TIC's Found: 2

Cas Number Analyte RT Est. Result (uglKg) Qualifier
Unknown 2.38 160 N J
Unknown 2.75 2200 N J
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J11D4MO

Lab Sample ID: 280-15478-3 Date Sampled: 05/03/2011 0945
Client Matrix: Solid % Moisture: 5.4 Date Received: 05/05/2011 1200

8270C Semivolatile Organic Compounds (GCIMS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSS_0
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: 03662.0
Dilution: 1.0 Initial Weight/Volume: 31.0 g
Analysis Date: 05/09/2011 1703 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acenaphthene 11 U 11 340
Acenaphthylene 17 U 17 340
Anthracene 17 U 17 340
Benzo~alanthracene 20 U 20 340
Benzo[a]pyrene 20 U 20 340
Benzo[blfluoranthene 27 U 27 340
Benzo~ghi]perylene 16 U 16 340
Benzo~k]fluoranthene 41 U 41 340
Bis(2-chloroethoxy)methane 24 U 24 340
Bis(2-chloroethyl)ether 17 U 17 340
bis (2-chloroisopropyl) ether 24 U 24 340
Bis(2-ethylhexyl) phthalate 47 U 47 340
4-Bromophenyl phenyl ether 19 U 19 340
Butyl benzyl phthalate 44 U 44 340
Carbazole 37 U 37 340
4-Chloroaniline 84 U 84 340
4-Chloro-3-methylphenol 68 U 68 340
2-Chloronaphthalene 10 U 10 340
2-Chlorophenol 21 U 21 340
4-Chlorophenyl phenyl ether 21 U 21 340
Chrysene 28 U 28 340
Dibenz(a,h)anthracene 19 U 19 340
Dibenzofuran 20 U 20 340
1 ,2-Dichlorobenzene 23 U 23 340
1 ,3-Dichlorobenzene 12 U 12 340
1 ,4-Dichlorobenzene 14 U 14 340
3,3'-Dichlorobenzidine 92 U 92 680
2,4-Dichlorophenol 10 U 10 340
Diethyl phthalate 27 U 27 340
2,4-Di methy Iphenol 68 U 68 340
Dimethyl phthalate 24 U 24 340
Di-n-butyl phthalate 30 U 30 340
4,6-Dinitro-2-methylphenol 340 U 340 680
2.4-Dinitrophenol 340 U 340 840
2,4-Dinitrotoluene 68 U 68 340
2,6-Dinitrotoluene 29 U 29 340
Di-n-octyl phthalate 15 U 15 340
Fluoranthene 37 U 37 340
Fluorene 18 U 18 340
Hexachlorobenzene 30 U 30 340
Hexachlorobutadiene 10 U 10 340
H exa ch lorocycl opentad iene 51 U 51 340
Hexachloroethane 22 U 22 340
lndeno[1 ,2,3-cd]pyrene 23 U 23 340
Isophorone 17 U 17 340
2-Methylnaphthalene 19 U 19 340
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

Client Sample ID: JI1D4MO

Lab Sample ID: 280-15478-3 Date Sampled: 05/03/2011 0945
Client Matrix: Solid % Moisture: 5.4 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GC/MS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSSD
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3662.D
Dilution: 1.0 Initial Weight/Volume: 31.0 g
Analysis Date: 05/09/2011 1703 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Analyte DryWt Corrected. Y Result (ug/Kg) Qualifier MDL RL
2-Methylphenol 13 U 13 340
3 & 4 Methylphenol 34 U 34 340
Naphthalene 32 U 32 340
2-Nitroaniline 51 U 51 340
3-Nitroaniline 75 U 75 340
4-Nitroaniline 74 U 74 340
Nitrobenzene 23 U 23 340
2-Nitrophenol 10 U 10 340
4-Nitrophenol 99 U 99 680
N-Nitrosodi-n-propylamine 32 U 32 340
N-Nitrosodiphenylamine 21 U 21 340
Pentachlorophenol 340 U 340 680
Phenanthrene 17 U 17 340
Phenol 18 U 18 340
Pyrene 12 U 12 340
1 2,4-Trichlorobenzene 29 U 29 340
2,4,5-Trich Ioro phenol 10 U 10 340
2,4,6-Trichlorophenol 10 U 10 340

Surrogate %Rec Qualifier Acceptance Limits
2-Fluorobiphenyl 75 50- 120
2-Fluorophenol 84 53 - 120
Nitrobenzene-d5 79 50 -120
Phenol-d5 85 52- 120
Terphenyl-dl14 92 55- 120
2,4.6-Tribromophenol 75 51 -120
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: J1D4MO

Lab Sample ID: 280-15478-3 Date Sampled: 05/03/2011 0945
Client Matrix: Solid % Moisture: 5.4 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GCIMS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSS_-D
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3662.D
Dilution: 1.0 Initial Weight/Volume: 31.0 g
Analysis Date: 05/09/2011 1703 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Tentatively Identified Compounds Number TIC's Found: 1

Cas Number Analyte RT Est. Result (ug/Kg) Qualifier
Unknown 2.75 1800 N J
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: J1D4M1

Lab Sample ID: 280-15478-4 Date Sampled: 05/03/2011 1200
Client Matrix: Solid % Moisture: 7.1 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GCIMS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSSD
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: 03663.0
Dilution: 1.0 Initial Weight/Volume: 32.0 g
Analysis Date: 05/09/2011 1723 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acenaphthene 10 U 10 330
Acenaphthylene 17 U 17 330
Anthracene 17 U 17 330
Benzo[a~anthracene 20 U 20 330
Benzo[a]pyrene 20 U 20 330
Benzo[b]fluoranthene 26 U 26 330
Benzo[ghilperylene 16 U 16 330
Benzo~k]fluoranthene 40 U 40 330
Bis(2-chloroethoxy)methane 23 U 23 330
Bis(2-chloroethyl)ether 17 U 17 330
bis (2-chloroisopropyl) ether 23 U 23 330
Bis(2-ethylhexyl) phthalate 46 U 46 330
4-Bromophenyl phenyl ether 19 U 19 330
Butyl benzyl phthalate 43 U 43 330
Carbazole 36 U 36 330
4-Chloroaniline 83 U 83 330
4-Chloro-3-methylphenol 67 U 67 330
2-Chloronaphthalene 10 U 10 330
2-Chlorophenol 21 U 21 330
4-Chlorophenyl phenyl ether 21 U 21 330
Chrysene 27 U 27 330
Dibenz(a,h)anthracene 19 U 19 330
Dibenzofuran 20 U 20 330
1,2-Dichtorobenzene 22 U 22 330
1, 3- Dichloro benzene 12 U 12 330
1 ,4-Dichlorobenzene 14 U 14 330
3,3'-Dichlorobenzidine 91 U 91 670
2,4-Dichlorophenol 10 U 10 330
Diethyl phthalate 26 U 26 330
2,4-Dimethylphenol 67 U 67 330
Dimethyl phthalate 23 U 23 330
Di-n-butyl phthalate 29 U 29 330
4,6-Dinitro-2-methylphenol 330 U 330 670
2,4-Dinitrophenol 340 U 340 830
2,4-Dinitrotoluene 67 U 67 330
2,6-Dinitrotoluene 28 U 28 330
Di-n-octyl phthalate 15 U 15 330
Fluoranthene 36 U 36 330
Fluorene 18 U 18 330
Hexachlorobenzene 29 U 29 330
Hexachlorobutadiene 10 U 10 330
Hexachlorocyclopentadiene 50 U 50 330
Hexachloroethane 22 U 22 330
Indeno(1,2,3-cd)pyrene 22 U 22 330
I so phorone 17 U 17 330
2-Methylnaphthalene 19 U 19 330
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID- JID4MI

Lab Sample ID: 280-15478-4 Date Sampled: 05/03/2011 1200
Client Matrix: Solid % Moisture: 7.1 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GC/MS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSSD
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3663.D
Dilution: 1.0 Initial Weight/Volume: 32.0 g
Analysis Date: 05/09/2011 1723 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Analyte DryVt Corrected: Y Result (ug/Kg) Qualifier MDL RL
2-Methylphenol 13 U 13 330
3 & 4 Methylphenol 33 U 33 330
Naphthalene 31 U 31 330
2-Nitroaniline 50 U 50 330
3-Nitroaniline 74 U 74 330
4-Nitroaniline 73 U 73 330
Nitrobenzene 22 U 22 330
2-Nitrophenol 10 U 10 330
4-Nitrophenol 98 U 98 670
N-Nitrosodi-n-propylamine 31 U 31 330
N-Nitrosodiphenylamine 21 U 21 330
Pentachlorophenol 330 U 330 670
Phenanthrene 17 U 17 330
Phenol 18 U 18 330
Pyrene 12 U 12 330
1 ,2,4-Trichlorobenzene 28 U 28 330
2,4,5-Trichlorophenol 10 U 10 330
2,4,6-Trichlorophenol 10 U 10 330

Surrogate %Rec Qualifier Acceptance Limits
2-Fluorobiphenyl 79 50- 120
2-Fluorophenol 87 53- 120
Nitrobenzene-d5 81 50- 120
Phenol-d5 91 52- 120
Terphenyl-d!14 101 55- 120
2,4,6-Tribromophenol 77 51 - 120
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: J1D4M1

Lab Sample ID: 280-15478-4 Date Sampled: 05/03/2011 1200
Client Matrix: Solid % Moisture: 7.1 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GCIMS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSS_0
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3663.D
Dilution: 1.0 Initial Weight/Volume: 32.0 g
Analysis Date: 05/09/2011 1723 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Tentatively Identified Compounds Number TIC's Found: 3

Cas Number Analyte RT Est. Result (ug/Kg) Qualifier
Unknown 2.37 560 N J
Unknown 2.75 1800 N J
Unknown 9.73 160 N J
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J104M2

Lab Sample ID: 280-15478-5 Date Sampled: 05/03/2011 1245
Client Matrix: Solid % Moisture: 6.2 Date Received: 05/05/ 2011 1200

8270C Semnivolatlle Organic Compounds (GC/MS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSS_-D
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3664.D
Dilution: 1.0 Initial Weight/Volume: 30.5 g
Analysis Date: 05/09/2011 1741 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Analyte DryWt Corrected. Y Result (ug/Kg) Qualifier MDL RL
Acenaphthene 11 U 11 350
Acenaphthylene 18 U 18 350
Anthracene 18 U 18 350
Benzo(a]anthracene 21 U 21 350
Benzo[alpyrene 21 U 21 350
Benzo[b~fluoranthene 27 U 27 350
Benzo[ghi]perylene 17 U 17 350
Benzo[k]fluoranthene 42 U 42 350
B is(2-ch loroethoxy) methane 24 U 24 350
Bis(2-chloroethyl)ether 17 U 17 350
bis (2-chloroisopropyl) ether 24 U 24 350
Bis(2-ethylhexyl) phthalate 48 U 48 350
4-Bromophenyl phenyl ether 20 U 20 350
Butyl benzyl phthalate 45 U 45 350
Carbazole 38 U 38 350
4-Chloroaniline 86 U 86 350
4-Chloro-3-methylphenol 69 U 69 350
2-Chloronaphthalene 10 U 10 350
2-Chlorophenol 22 U 22 350
4-Chlorophenyl phenyl ether 22 U 22 350
Chrysene 28 U 28 350
Dibenz(a,h)anthracene 20 U 20 350
Dibenzofuran 21 U 21 350
1. 2- Dich loro benzene 23 U 23 350
1, 3- Dich loro benzene 13 U 13 350
1,4-Dichlorobenzene 14 U 14 350
3,3'-Dichlorobenzidine 94 U 94 690
2,4-Dichlorophenol 10 U 10 350
Diethyl phthalate 27 U 27 350
2,4-Dimethylphenol 69 U 69 350
Dimethyl phthalate 24 U 24 350
Di-n-bulyl phthalate 30 U 30 350
4,6-Dinitro-2-methylphenol 350 U 350 690
2,4-Dinitrophenol 350 U 350 870
2,4-Dinitrotoluene 69 U 69 350
2,6-Dinitrotoluene 29 U 29 350
Di-n-octyl phthalate 15 U 15 350
Fluoranthene 38 U 38 350
Fluorene 19 U 19 350
Hexachlorobenzene 30 U 30 350
Hexachlorobutadiene 10 U 10 350
Hexachlorocyclopentadiene 52 U 52 350
Hexachloroethane 22 U 22 350
Indeno[1,2,3-cdlpyrene 23 U 23 350
I sophorone 18 U 18 350
2-Methylnaphthalene 20 U 20 350
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdlg Number: JP0176

Client Sample ID: J1D4M2

Lab Sample ID: 280-15478-5 Date Sampled: 05/03/2011 1245
Client Matrix: Solid % Moisture: 6.2 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GC/MS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSSD
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3664.D
Dilution: 1.0 Initial Weight[Volume: 30.5 g
Analysis Date: 05/09/2011 1741 Final Weight/Volume: 1000 uL

Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
2-Methylphenol 14 U 14 350
3 & 4 Methylphenol 35 U 35 350
Naphthalene 33 U 33 350
2-Nitroaniline 52 U 52 350
3-Nitroaniline 77 U 77 350
4-Nitroaniline 76 U 76 350
Nitrobenzene 23 U 23 350
2-Nitrophenol 10 U 10 350
4-Nitrophenol 100 U 100 690
N-Nitrosodi-n-propylamine 33 U 33 350
N-Nitrosodliphenylamine 22 U 22 350
Penta ch loro phenol 350 U 350 690
Phenanthrene 18 U 18 350
Phenol 19 U 19 350
Pyrene 13 U 13 350
1 ,2,4-Trichlorobenzene 29 U 29 350
2,4,5-Trichlorophenol 10 U 10 350
2,4,6-Trichlorophenol 10 U 10 350

Surrogate %Rec Qualifier Acceptance Limits

2-Fluorobiphenyl 71 50 -120

2-Fluorophenol 80 53 -120

Nitrobenzene-d5 77 50- 120
Phenol-d5 83 52- 120
Terphenyl-dI14 101 55-120
2,4,6-Tribromophenol 70 51 - 120
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: J1D4MYI2

Lab Sample ID: 280-15478-5 Date Sampled: 05/03/2011 1245
Client Matrix: Solid % Moisture: 6.2 Date Received: 05/05/2011 1200

8270C Semnivolatile Organic Compounds (GCIMS)

Analysis Method: 8270C Analysis Batch: 280-66482 Instrument ID: MSSD
Prep Method: 3550C Prep Batch: 280-65892 Lab File ID: D3664.D
Dilution: 1.0 Initial Weight/Volume: 30.5 g
Analysis Date: 05/09/2011 1741 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Tentatively Identified Compounds Number TIC's Found: 3

Cas Number Analyte RT Est. Result (ug/Kg) Qualifier
Unknown 2.38 230 N J
Unknown 2.75 1500 N J
Unknown 9.71 190 N J
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: J1D4L8

Lab Sample ID: 280-1 5478-1 Date Sampled: 05/03/2011 0815
Client Matrix: Solid % Moisture: 5.0 Date Received: 05/05/2011 1200

NWTPH-Dx Northwest - Semi-Volatile Petroleum Products (GC)

Analysis Method: NWTPH-Dx Analysis Batch: 280-66616 Instrument ID: GCS_U
Prep Method: 3550C Prep Batch: 280-65890 Lab File ID: 008B0801.D
Dilution: 1.0 Initial Weight/Volume: 31.1 g
Analysis Date: 05/10/2011 1214 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2315 Injection Volume: 1 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
C1O-C36 2000 J 1000 4100
C1O-C28 1000 J 690 4100

Surrogate %Rec Qualifier Acceptance Limits
o-Terphenyl 85 49- 115
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Analytical Data

Client: Washington Closure HanfordJoNubr28157-

Sdg Number: JP0176

Client Sample ID: JID4L9

Lab Sample ID: 280-15478-2 Date Sampled: 05/03/2011 0845
Client Matrix: Solid % Moisture: 5.7 Date Received: 05/05/2011 1200

NWTPH-Dx Northwest - Semi-Volatile Petroleum Products (GC)

Analysis Method: NWTPH-Dx Analysis Batch: 280-66616 Instrument ID: GCS_-U
Prep Method: 3550C Prep Batch: 280-65890 Lab File ID: 009B0901.D
Dilution: 1.0 Initial Weight/Volume: 31.4 g
Analysis Date: 05/10/2011 1243 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2315 Injection Volume: 1 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Cl 0-C36 3500 J 1000 4100
Cl 0-C28 2200 J 690 4100

Surrogate %Rec Qualifier Acceptance Limits
o-Terphenyl 95 49- 115
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J1D4MO

Lab Sample ID: 280-15478-3 Date Sampled: 05/03/2011 0945
Client Matrix: Solid % Moisture: 5.4 Date Received: 05/05/2011 1200

NWTPH-Dx Northwest.- Semi-Volatile Petroleum Products (GC)

Analysis Method: NW~TPH-Dx Analysis Batch: 280-66616 Instrument ID: GCS_-U
Prep Methods 3550C Prep Batch: 280-65890 Lab File ID: 01081001.D
Dilution: 1.0 Initial Weight/Volume: 33.0 g
Analysis Date: 05/10/2011 1311 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2315 Injection Volume: 1 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
C1O-C36 3200 J 960 3800
Cl 0-C28 2000 J 650 3800

Surrogate %Rec Qualifier Acceptance Limits
o-Terphenyl 85 49- 115
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Client Sample ID: JID4M1

Lab Sample ID: 280-15478-4 Date Sampled: 05/03/2011 1200
Client Matrix: Solid % Moisture: 7.1 Date Received: 05/05/2011 1200

NWTPH-Dx Northwest - Semi-Volatile Petroleum Products (GC)

Analysis Method: NWIPH-Dx Analysis Batch: 280-66616 Instrument ID: GCS_U
Prep Method: 3550C Prep Batch: 280-65890 Lab File ID: 013131301.D
Dilution: 1.0 Initial Weight/Volume: 31.7 g
Analysis Date: 05/10/2011 1435 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2315 Injection Volume: 1 uL

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
C1O-C36 4200 1000 4100
C1O-C28 2800 J 690 4100

Surrogate %Rec Qualifier Acceptance Limits
o-Terphenyl 81 49-115
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Analytical Data
Client: Washington Closure Hanford Job Number: 2 80-15478-1

Sdg Number: JP0176
Client Sample ID: J1D4M2

Lab Sample ID: 280-15478-5 Date Sampled: 05/03/2011 1245
Client Matrix: Solid % Moisture: 6.2 Date Received: 05/05/2011 1200

NWTPH-Dx Northwest - Semi-Volatile Petroleum Products (GC)

Analysis Method: NWVTPH-Dx Analysis Batch: 280-66616 Instrument ID: GCS_-U
Prep Method: 3550C Prep Batch: 280-65890 Lab File ID: 01481401.D
Dilution: 1.0 Initial Weight/Volume: 30.2 g
Analysis Date: 05/10/2011 1503 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2315 Injection Volume: 1 uL

Analyte DryWt Corrected. Y Result (ug/Kg) Qualifier MDL RL
Cl 0-C36 4600 1100 4200
Cl 0-C28 3000 1 720 4200

Surrogate %Rec Qualifier Acceptance Limits
o-Terphenyl 85 49- 115
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: J1D4L8

Lab Sample ID: 280-15478-1 Date Sampled: 05/03/2011 0815
Client Matrix: Solid % Moisture: 5.0 Date Received: 05/05/2011 1200

8310 PAH-s (HPLC)

Analysis Method: 8310 Analysis Batch: 280-66522 Instrument ID: CHHPLCG
Prep Method: 3550C Prep Batch: 280-66412 Initial Weight/Volume: 30.8 g
Dilution: 1.0 Final Weight/Volume: 4000 uL
Analysis Date: 05/10/2011 1452 Injection Volume: 20 uL
Prep Date: 05/09/20 11 2200 Result Type: PRIMARY

Analyte DryWt Corrected. Y Result (ug/Kg) Qualifier MDL RL
Acenaphthene 10 U 10 100
Acenaprithylene 9.2 U 9.2 100
Anthracene 3.1 U 3.1 21
Benzo[a]anthracene 3.3 U 3.3 15
Benzo[alpyrene 6.6 U 6.6 15
Benzo[blluoranthene 4.3 U 4.3 15
Benzo[g,h,i]perylene 7.4 U 7.4 31
Benzo[k]fluoranthene 4.0 U 4.0 15
Chrysene 5.0 U 5.0 41
Dibenzo(a,h)anthracene 11 U 11 31
Fluoranthene 13 U 13 41
Fluorene 5.4 U 5.4 31
Indeno[1,2,3-cd]pyrene 12 U 12 31
Naphthalene 12 U 12 100
Phenanthrene 12 U 12 41
Pyrene 12 U 12 41

Surrogate %Rec Qualifier Acceptance Limits
Terphenyl-d14 (SUR) 89 72-115
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J104L9

Lab Sample ID: 280-15478-2 Date Sampled: 05/03/2011 0845
Client Matrix: Solid % Moisture: 5.7 Date Received: 05/05/2011 1200

8310 PAHs (HPLC)

Analysis Method: 8310 Analysis Batch: 280-66522 Instrument ID: CHHPLCG
Prep Method: 3550C Prep Batch: 280-66412 Initial Weight/Volume: 30.3 g
Dilution: 1.0 Final Weight/Volume: 4000 uL
Analysis Date: 05/10/2011 1523 Injection Volume: 20 uL
Prep Date: 05/09/2011 2200 Result Type: PRIMARY

Analyte DryWt Corrected. Y Result (ug/Kg) Qualifier MDIL RL
Acenaphthene 10 U 10 100
Acenaphthylene 9.4 U 9.4 100
Anthracene 3.2 U 3,2 21
Benzo [a] anth race ne 3.3 U 3.3 16
Benzofalpyrene 6.7 U 6.7 16
Benzo~blfluoranthene 4.4 U 4.4 16
Benzo[gh,ijperylene 7.6 U 7.6 31
Benzo[k]fluoranthene 4.1 U 4.1 16
Chrysene 5.1 U 5.1 42
Dibenzo(a,h)anthracene 12 U 12 31
Fluoranthene 14 U 14 42
Fluorene 5.5 U 5.5 31
Indeno[1,23-cdlpyrene 13 U 13 31
Naphthalene 13 U 13 100
Phenanthrene 13 U 13 42
Pyrene 13 U 13 42

Surrogate %Rec Qualifier Acceptance Limits
Terphenyl-d14 (SUR) 93 72- 115
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176
Client Sample ID: J1D4MO

Lab Sample ID: 280-15478-3 Date Sampled: 05/03/2011 0945
Client Matrix: Solid % Moisture: 5.4 Date Received: 05/05/2011 1200

8310 PAHs (HPLC)

Analysis Method: 8310 Analysis Batch: 280-66522 Instrument ID: CHHPLCG
Prep Method: 3550C Prep Batch: 280-66412 Initial Weightlolume: 31.0 g
Dilution: 1.0 Final Weight/Volume: 4000 uL
Analysis Date: 05/10/2011 1655 Injection Volume: 20 uL
Prep Date: 05/09/2011 2200 Result Type: PRIMARY

Analyte DryV~t Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acenaphthene 10 U 10 100
Acenaphthylene 9.2 U 9.2 100
Anthracene 3.1 U 3.1 20
Benzo(a]anthracene 3.3 U 3.3 15
Benzo(alpyrene 6.6 U 6.6 15
Benzo[b]fluoranthene 4.3 U 4.3 15
Benzo[ghi]perylene 7.4 U 7.4 31
Benzo[k]fluoranthene 4.0 U 4.0 15
Chrysene 5.0 U 5.0 41
Dibenzo(a,h)anthracene 11 U 11 31
Fluoranthene 13 U 13 41
Fluorene 5.4 U 5.4 31
Indeno[1,2,3-cdlpyrene 12 U 12 31
Naphthalene 12 U 12 100
Phenanthrene 12 U 12 41
Pyrene 12 U 12 41

Surrogate %Rec Qualifier Acceptance Limits
Terphenyl-d14 (SUR) 93 72-115
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J1O114MI

Lab Sample ID: 280-15478-4 Date Sampled: 05/03/2011 1200
Client Matrix: Solid % Moisture: 7.1 Date Received: 05/05/2011 1200

8310 PAHs (HPLC)

Analysis Method: 8310 Analysis Batch: 280-66522 Instrument ID: CHHPLCG
Prep Method: 3550C Prep Batch: 280-66412 Initial Weight/Volume: 30.7 g
Dilution: 1.0 Final Weight/Volume: 4000 uL
Analysis Date: 05/10/2011 1725 Injection Volume: 20 uL
Prep Date: 05/09/2011 2200 Result Type: PRIMARY

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL
Acenaphthene 11 U 11 110
Acenaphthylene 9.5 U 9.5 110
Anthracene 3.2 U 3.2 21
Benzo[alanthracene 3.4 U 3.4 16
Benzo[alpyrene 6.7 U 6.7 16
Benzo(b]fluoranthene 4.4 U 4.4 16
Benzo~g,hi]perylene 7.6 U 7.6 32
Benz o[k]fl uoranrthe ne 4.1 U 4.1 16
Chrysene 5.1 U 5.1 42
Dibenzo(a,h)anthracene 12 U 12 32
Fluoranthene 14 U 14 42
Fluorene 5.6 U 5.6 32
Indenof12,3-cdlpyrene 13 U 13 32
Naphthalene 13 U 13 110
Phenanthrene 13 U 13 42
Pyrene 13 U 13 42

Surrogate %Rec Qualifier Acceptance Limits
Terphenyl-d14 (SUR) 89 72-115
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: l1D4M2

Lab Sample ID: 280-15478-5 Date Sampled: 05/03/2011 1245
Client Matrix: Solid % Moisture: 6.2 Date Received: 05/05/2011 1200

8310 PAHs (HPLC)

Analysis Method: 8310 Analysis Batch: 280-66522 Instrument ID: CHHPLCG
Prep Method: 3550C Prep Batch: 280-66412 Initial WeightiVolume: 31.7 g
Dilution: 1.0 Final Weight/Volume: 4000 uL
Analysis Date: 05/10/2011 1756 Injection Volume: 20 uL
Prep Date: 05/09/2011 2200 Result Type: PRIMARY

Analyte DryWt Corrected: Y Result (ug/Kg) Qualifier MDL RL

Acenaphthene 10 U 10 100
Acenaphthylene 9.1 U 9.1 100
Anthracene 3.1 U 3.1 20
Benzo[alanthracene 3.2 U 3.2 15
Benzo[a]pyrene 6.5 U 6.5 15
Benzo[b]fluoranthene 4.2 U 4.2 15
Benzo~g,h~i]peryiene 7.3 U 7.3 30
Benz o[k]fl uora nthe ne 4.0 U 4.0 15
Chrysene 4.9 U 4.9 40
Dibenzo(a,h)anthracene 11 U 11 30
Fluoranthene 13 U 13 40
Fluorene 5.3 U 5.3 30
Indeno[1,2,3-cd]pyrene 12 U 12 30
Naphthalene 12 U 12 100
Phenanthrene 12 U 12 40
Pyrene 12 U 12 40

Surrogate %Rec Qualifier Acceptance Limits

Terphenyl-d14 (SUR) 91 72-115
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Client Sample ID: J1D4L8

Lab Sample ID: 280-15478-1 Date Sampled: 05/03/2011 0815
Client Matrix: Solid % Moisture: 5.0 Date Received: 05/05/2011 1200

6010B Metals (ICP)

Analysis Method: 60108 Analysis Batch: 280-66490 Instrument ID: MT_026
Prep Method. 30508 Prep Batch: 280-65857 Lab File ID: 26a05091 1 .asc
Dilution. 1.0 Initial Weight/Volume: 1. 03 g
Analysis Date: 05/09/2011 1037 Final Weight/Volume: 100 mL
Prep Date: 05/06/2011 1530

Analyte DryWt Corrected. Y Result (mg/Kg) Qualifier MDL RL
Aluminum 4460 X 1.6 5.1
Antimony 0.39 U 0.39 0.61
Arsenic 1.3 0.67 1.0
Barium 52.6 X 0.078 0.51
Beryllium 0.034 U 0.034 0.20
Boron i.o U 1.0 2.0
Cadmium 0.053 B 0.042 0.20
Calcium 4550 X 14.4 51.1
Chromium 3.5 X 0.059 0.20
Cobalt 9.0 X 0.10 1.0
Copper 16.8 X 0.22 1.0
Iron 22300 X 3.9 5.1
Lead 2.2 0.28 0.51
Magnesium 3750 X 3.8 20.4
Manganese 268 X 0.10 1.0
Molybdenum 0.42 B 0.27 2.0
Nickel 7.0 X 0.13 4.1
Potassium 486 M 41.9 307
Selenium 0.88 U 0.88 1.0
Silicon 157 N 5.8 10.2
Silver 0.16 U 0.16 0.2
Sodium 342 M 60.3 123
Vanadium 53.6 X 0.096 2.0
Zinc 38.8 X 0.41 1.0
Zirconium 22.9 X 0.36 2.6

7471A Mercury (CVAA)

Analysis Method: 7471A Analysis Batch: 280-66758 Instrument ID: MT_034
Prep Method: 7471A Prep Batch: 280-65913 Lab File ID: 110510AD.txt
Dilution: 1.0 Initial Weight/Volume: 0.67 g
Analysis Date: 05/11/2011 1057 Final Weightlolume: 50 ml-
Prep Date: 05/10/2011 1415

Analyte DryWt Corrected: Y Result (mg/Kg) Qualifier MDL RL
Mercury 0.0052 U 0.0052 0.016

TestAmerica Denver Page 46 of 97



Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

Client Sample ID: .11D41-9

Lab Sample ID: 280-15478-2 Date Sampled: 05/03/2011 0845
Client Matrix: Solid % Moisture: 5.7 Date Received: 05/05/2011 1200

6010B Metals (ICP)

Analysis Method: 601lOB Analysis Batch: 280-66490 Instrument ID: MT_026
Prep Method: 3050B Prep Batch: 280-65857 Lab File ID: 26a05091 1.asc
Dilution: 1.0 Initial Weight/Volume: 1.14 g
Analysis Date: 05/09/2011 1046 Final Weight/Volume: 100 ml-
Prep Date: 05/06/2011 1530

Analyte DryWt Corrected: Y Result (mg/Kg) Qualifier MDL RL
Aluminum 4050 X 1.4 4.6
Antimony 0.35 U 0.35 0.56
Arsenic 1.1 0.61 0.93
Barium 51.0 x 0.071 0.46
Beryllium 0.045 B 0.031 0.19
Boron 0.91 U 0.91 1.9
Cadmium 0.052 B 0.038 0.19
Calcium 4600 X 13.1 46.5
Chromium 3.4 X 0.054 0.19
Cobalt 8.7 X 0.093 0.93
Copper 15.4 X 0.20 0.93
Iron 21700 X 3.5 4.6
Lead 2.1 0.25 0.46
Magnesium 3320 X 3.4 18.6
Manganese 246 X 0.093 0.93
Molybdenum 0.40 B 0.24 1.9
Nickel 6.0 X 0.11 3.7
Potassium 556 38.1 279
Selenium 0.80 U 0.80 0.93
Silicon 161 N 5.3 9.3
Silver o.15 U 0.15 0.19
Sodium 330 54.9 112
Vanadium 52.8 X 0.087 1.9
Zinc 37.3 X 0.37 0.93
Zirconium 23.0 X 0.33 2.3

7471A Mercury (CVAA)

Analysis Method: 7471A Analysis Batch: 280-66717 Instrument ID: MT_034
Prep Method: 7471A Prep Batch: 280-65913 Lab File ID: 11O51OAA.txt
Dilution: 1.0 Initial Weight/Volume: 0.66 g
Analysis Date: 05/10/2011 1600 Final Weight/Volume: 50 mL-
Prep Date: 05/10/2011 1415

Analyte DryWt Corrected: Y Result (mg/Kg) Qualifier MDL RL
Mercury 0.015 B 0.0053 0.016
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J1D4MO

Lab Sample ID: 280-15478-3 Date Sampled: 05/03/2011 0945
Client Matrix: Solid % Moisture: 5.4 Date Received: 05/05/2011 1200

6010B Metals (ICP)

Analysis Method: 60108B Analysis Batch: 280-66490 Instrument ID: MT_026
Prep Method: 30508 Prep Batch: 280-65857 Lab File ID: 26a05091 1 .asc
Dilution: 1 0 Initial Weightlolume: 1.17 g
Analysis Date: 05/09/2011 1048 Final Weight/Volume: 100 mL
Prep Date: 05/06/2011 1530

Analyte DryWt Corrected: Y Result (mg/Kg) Qualifier MDL RL
Aluminum 3750 X 1.4 4.5
Antimony 0.34 U 0.34 0.54
Arsenic 1.1 0.60 0.90
Barium 60.0 X 0.069 0.45
Beryllium 0.030 U 0.030 0.18
Boron 0.89 U 0.89 1.8
Cadmium 0.052 B 0.037 0.18
Calcium 4010 X 12.7 45.2
Chromium 4.5 X 0.052 0.18
Cobalt 7.7 X 0.090 0.90
Copper 13.4 X 0.20 0.90
Iron 19700 X 3.4 4.5
Lead 1.8 0.24 0.45
Magnesium 2940 X 3.3 18.1
Manganese 219 X 0.090 0.90
Molybdenum 0.23 U 0.23 1.8
Nickel 6.1 X 0.11 3.6
Potassium 509 37.0 271
Selenium 0.78 U 0.78 0.90
Silicon 125 N 5.1 9.0
Silver 0.14 U 0.14 0.18
Sodium 272 53.3 108
Vanadium 52.2 X 0.085 1.8
Zinc 33.5 X 0.36 0.90
Zirconium 20.6 X 0.32 2.3

7471A Mercury (CVAA)

Analysis Method: 7471A Analysis Batch: 280-66717 Instrument ID: MT_034
Prep Method: 7471A Prep Batch: 280-65913 Lab File ID: 1 1O51OAA.txt
Dilution: 1.0 Initial Weight/Volume: 0.60 g
Analysis Date: 05/10/2011 1602 Final Weightlolume: 50 mL
Prep Date: 05/10/2011 1415

Analyte DryV\t Corrected: Y Result (mg/Kg) Qualifier MDL RL
Mercury o.1i 0.0058 0.018
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J1D4MI

Lab Sample ID: 280-15478-4 Date Sampled: 05/03/2011 1200
Client Matrix: Solid % Moisture: 7.1 Date Received: 05/05/2011 1200

6010B Metals (ICP)

Analysis Method: 60108 Analysis Batch: 280-66490 Instrument ID: MT_026
Prep Method: 3050B Prep Batch: 280-65857 Lab File ID: 26a05091 1. .asc
Dilution: 1.0 Initial Weight/Volume: 1.10 g
Analysis Date: 05/09/2011 1051 Final Weight/Volume: 100 mL
Prep Date: 05/06/2011 1530

Analyte DryWt Corrected: Y Result (mg/Kg) Qualifier MDL RL
Aluminum 5890 X 1.5 4.9
Antimony 0.37 U 0.37 0.59
Arsenic 2.4 0.65 0.98
Barium 55.5 X 0.074 0.49
Beryllium 0.061 B 0.032 0.20
Boron 0.96 U 0.96 2.0
Cadmium 0.049 B 0.040 0.20
Calcium 4510 X 13.8 48.9
Chromium 7.6 X 0.057 0.20
Cobalt 8.9 X 0.098 0.98
Copper 20.3 X 0.21 0.98
Iron 24700 X 3.7 4.9
Lead 10.6 0.26 0.49
Magnesium 4200 X 3.6 19.6
Manganese 275 X 0.098 0.98
Molybdenum 0.25 U 0.25 2.0
Nickel 9.1 X 0.12 3.9
Potassium 837 40.1 294
Selenium 0.84 U 0.84 0.98
Silicon 199 N 5.5 9.8
Silver 0.16 U 0.16 0.20
Sodium 455 57.8 117
Vanadium 60.4 X 0.092 2.0
Zinc 45.0 X 0.39 0.98
Zirconium 24.8 X 0.35 2.4

7471A Mercury (CVAA)

Analysis Method: 7471A Analysis Batch: 280-66717 Instrument ID: MT_034
Prep Method: 7471A Prep Batch: 280-65913 Lab File ID: 11051 OAA. txt
Dilution: 1.0 Initial Weight/Volume: 0.67 g
Analysis Date: 05/10/2011 1604 Final Weight/Volume: 50 mL
Prep Date: 05/10/2011 1415

Analyte DryWt Corrected: Y Result (mg/Kg) Qualifier MDL RL
Mercury 0.0053 U 0.0053 0.016
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176
Client Sample ID: J1D4M2

Lab Sample ID: 280-15478-5 Date Sampled: 05/03/2011 1245
Client Matrix: Solid % Moisture: 6.2 Date Received: 05/05/2011 1200

6010B Metals (ICP)

Analysis Method: 6010B Analysis Batch: 280-66490 Instrument ID: MT_-026
Prep Method: 3050B Prep Batch: 280-65857 Lab File ID: 26a05091 1 .asc
Dilution: 1.0 Initial Weight/Volume: 1.12 g
Analysis Date: 05/09/2011 1053 Final Weight/Volume: 100 mL
Prep Date: 05/06/2011 1530

Analyte DryWt Corrected. Y Result (mg/Kg) Qualifier MDL RL
Aluminum 4960 X 1.5 4.8
Antimony 0.36 U 0.36 0.57
Arsenic 1.5 0.63 0.95
Barium 55.6 X 0.072 0.48
Beryllium 0.056 B 0.031 0.19
Boron 0.93 U 0.93 1.9
Cadmium 0.056 B 0.039 0.19
Calcium 4980 X 13.4 47.6
Chromium 4.1 X 0.055 0.19
Cobalt 8.9 X 0.095 0.95
Copper 16.9 X 0.21 0.95
Iron 23300 X 3.6 4.8
Lead 2.6 0.26 0.48
Magnesium 3810 X 3.5 19.0
Manganese 260 X 0.095 0.95
Molybdenum 0.25 U 0.25 1.9
Nickel 6.5 X 0.12 3.8
Potassium 661 39.0 286
Selenium 0.82 U 0.82 0.95
Silicon 226 N 5.4 9.5
Silver 0.15 U 0.15 0.19
Sodium 332 56.2 114
Vanadium 54.9 X 0.090 1.9
Zinc 39.8 X 0.38 0.95
Zirconium 22.7 X 0.34 2.4

7471A Mercury (CVAA)

Analysis Method: 7471 A Analysis Batch: 280-66717 Instrument ID: MT_034
Prep Method: 7471A Prep Batch: 280-65913 Lab File ID: 11O51OAA.txt
Dilution: 1.0 Initial Weightlolume: 0.69 g
Analysis Date: 05/10/2011 1607 Final Weight/Volume: 50 ml-
Prep Date: 05/10/2011 1415

Analyte DryWt Corrected: Y Result (mg/Kg) Qualifier MDL RL
Mercury 0.oo51 U 0.0051 0.016
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

General Chemistry

Client Sample ID: J1D4L8

Lab Sample ID: 280-15478-1 Date Sampled: 05/03/2011 0815
Client Matrix: Solid % Moisture: 5.0 Date Received: 05/05/2011 1200

Analyte Result Qual Units MDL RL Oil Method
Nitrate Nitrite as N-Soluble 0.85 mg/Kg 0.37 0.78 1.0 353.2

Analysis Batch: 280-66476 Analysis Date: 05/07/2011 1012 DryWt Corrected: Y
Sulfide 2.5 U N mg/Kg 2.5 5.2 1.0 9034

Analysis Batch: 280-66189 Analysis Date: 05/07/2011 1458 DryWt Corrected: Y
Prep Batch: 280-66182 Prep Date: 05/07/2011 1346

Chloride-Soluble 2.1 U mg/Kg 2.1 5.2 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2243 DryVt Corrected: Y

Nitrate as N-Soluble 0.89 B mg/Kg 0.33 2.6 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/06/2011 2243 DryWt Corrected: Y

Bromide-Soluble 0.40 U mg/Kg 0.40 2.1 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2243 DryWt Corrected: Y

Nitrite as N-Soluble 0.35 U mg/Kg 0.35 2.6 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/06/2011 2243 DryWt Corrected: Y

Orthophosphate as P-Soluble 1.3 U mg/Kg 1.3 5.2 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/06/2011 2243 DryWt Corrected: Y

Sulfate-Soluble 18.6 mg/Kg 1.8 5.2 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2243 DryWt Corrected: Y

Fluoride-Soluble 0.86 U mg/Kg 0.86 5.2 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2243 DryWt Corrected: Y

Analyte Result Qual Units RL RL Oil Method
pH adj. to 25 deg C-Soluble 8.97 SU 0.0100 0.0100 1.0 9045C

Analysis Batch: 280-66470 Analysis Date: 05/06/2011 1517 DryWI Corrected: N
Percent Moisture 5.0 %0.10 0.10 1.0 D-2216

Analysis Batch: 280-65848 Analysis Date: 05/05/2011 1530 DryWt Corrected: N
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

General Chemistry

Client Sample ID: .11141_9

Lab Sample ID: 280-15478-2 Date Sampled: 05/03/2011 0845
Client Matrix: Solid % Moisture: 5.7 Date Received: 05/05/2011 1200

Analyte Result Qual Units MDL RL Oil Method
Nitrate Nitrite as N-Soluble 0.57 B mg/Kg 0.38 0.79 1.0 353.2

Analysis Batch: 280-66476 Analysis Date: 05/07/2011 1014 DryWt Corrected: Y
Sulfide 2.5 U mg/Kg 2.5 5.2 1.0 9034

Analysis Batch: 280-66189 Analysis Date: 05/07/2011 1458 Di-yWt Corrected: Y
Prep Batch: 280-66182 Prep Date: 05/07/2011 1346

Chloride-Soluble 2.1 U mg/Kg 2.1 5.3 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/20 11 2259 DryWt Corrected: Y

Nitrate as N-Soluble 0.63 B mg/Kg 0.33 2.6 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/06/2011 2259 DryWt Corrected: Y

Bromide-Soluble 0.41 U mg/Kg 0.41 2.1 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2259 DryVt Corrected: Y

Nitrite as N-Soluble 0.36 U mg/Kg 0.36 2.6 1.0 9056M
Analysis Batch: 2 80-66439 Analysis Date: 05/06/2011 2259 DryWt Corrected: Y

Orthophosphate as P-Soluble 1.3 U mg/Kg 1.3 5.3 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/06/2011 2259 DryVt Corrected: Y

Sulfate-Soluble 7.7 mg/Kg 1.8 5.3 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2259 DryWt Corrected: Y

Fluoride-Soluble 0.87 U mg/Kg 0.87 5.3 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2259 DryWt Corrected: Y

Analyte Result Qual Units RL RL Oil Method
pH adj. to 25 deg C-Soluble 9.03 SU 0.0100 0.0100 1.0 9045C

Analysis Batch: 280-66470 Analysis Date: 05/06/2011 1520 DryWt Corrected: IN
Percent Moisture 5.7 %0.10 0.10 1.0 D-2216

Analysis Batch: 280-65848 Analysis Date: 05/05/2011 1530 DryWt Corrected: IN
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

General Chemistry

Client Sample ID: JlD4MO

Lab Sample ID: 280-1 5478-3 Date Sampled: 05/03/2011 0945
Client Matrix: Solid % Moisture: 5.4 Date Received: 05/05/2011 1200

Analyte Result Qual Units MDL RL Dil Method
Nitrate Nitrite as N-Soluble 0.36 U mg/Kg 0.36 0.76 1.0 353.2

Analysis Batch: 280-66476 Analysis Date: 05/07/2011 1015 DryWt Corrected: Y
Sulfide 4.1 B mg/Kg 2.5 5.1 1.0 9034

Analysis Batch: 280-66189 Analysis Date: 05/07/2011 1458 DryWt Corrected: Y
Prep Batch: 280-66182 Prep Date: 05/07/2011 1346

Chloride-Soluble 2.0 U mg/Kg 2.0 5.1 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2316 DryWt Corrected: Y

Nitrate as N-Soluble 0.32 B mg/Kg 0.32 2.5 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/06/2011 2316 DryWt Corrected: Y

Bromide-Solubte 0.39 U mg/Kg 0.39 2.0 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2316 DryWt Corrected: Y

Nitrite as N-Soluble 0.34 U mg/Kg 0.34 2.5 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/06/2011 2316 DryWt Corrected: Y

Orthophosphate as P-Soluble 1.3 U mg/Kg 1.3 5.1 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/06/2011 2316 DryWt Corrected: Y

Sulfate-Soluble 3.4 B mg/Kg 1.8 5.1 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2316 DryV~t Corrected: Y

Fluoride-Soluble 0.84 U mg/Kg 0.84 5.1 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/06/2011 2316 DryVt Corrected: Y

Analyte Result Qual Units RL RL Dii Method
pH adj. to 25 deg C-Soluble 8.81 SU 0.0100 0.0100 1.0 9045C

Analysis Batch: 280-66470 Analysis Date: 05/06/2011 1522 DryWt Corrected: N
Percent Moisture 5.4 %0.10 0.10 1.0 D-2216

Analysis Batch: 280-65848 Analysis Date: 05/05/2011 1530 DryVt Corrected: N
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Analytical Data

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

General Chemistry

Client Sample ID: J1D4M1I

Lab Sample ID: 280-15478-4 Date Sampled: 05/03/2011 1200
Client Matrix: Solid % Moisture: 7.1 Date Received: 05/05/2011 1200

Analyte Result Qual Units MDL RL Oil Method
Nitrate Nitrite as N-Soluble 0.69 B mg/Kg 0.38 0.79 1.0 353.2

Analysis Batch: 280-66476 Analysis Date: 05/07/2011 1026 DryWt Corrected: Y
Sulfide 3.4 B mg/Kg 2.5 5.3 1.0 9034

Analysis Batch: 280-66189 Analysis Date: 05/07/2011 1458 DryWt Corrected: Y
Prep Batch: 280-66182 Prep Date: 05/07/2011 1346

Chloride-Soluble 2.1 B mg/Kg 2.1 5.3 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/07/2011 0007 DryWt Corrected: Y

Nitrate as N-Soluble 0.73 B mg/Kg 0.33 2.6 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/07/2011 0007 DryWt Corrected: Y

Bromide-Soluble 0.41 U mg/Kg 0.41 2.1 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/07/2011 0007 DryWt Corrected: Y

Nitrite as N-Soluble 0.35 U mg/Kg 0.35 2.6 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/07/2011 0007 DryWt Corrected: Y

Orthophosphate as P-Soluble 1.5 B mg/Kg 1.3 5.3 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/07/2011 0007 DryWt Corrected: Y

Sulfate-Soluble 8.7 mg/Kg 1.8 5.3 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/07/2011 0007 DryWt Corrected: Y

Fluoride-Soluble 2.1 B mg/Kg 0.87 5.3 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/07/2011 0007 DryWt Corrected: Y

Analyte Result Qual Units RL RL Dii Method
pH adj. to 25 deg C-Soluble 9.20 SU 0.0100 0.0100 1.0 9045C

Analysis Batch: 280-66470 Analysis Date: 05/06/2011 1523 DryWt Corrected: N
Percent Moisture 7.1 %0.10 0.10 1.0 D-2216

Analysis Batch: 280-65848 Analysis Date: 05/05/2011 1530 DryWt Corrected: N
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Analytical Data
Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

General Chemistry

Client Sample ID: JI12

Lab Sample ID: 280-15478-5 Date Sampled: 05/03/2011 1245
Client Matrix: Solid % Moisture; 6.2 Date Received: 05/05/2011 1200

Analyte Result Qual Units MDL RL Dil Method
Nitrate Nitrite as N-Soluble 0.73 B M N mg/Kg 0.37 0.78 1.0 353.2

Analysis Batch: 280-66476 Analysis Date: 05/07/2011 1027 DryWt Corrected: Y
Sulfide 2.6 U mg/Kg 2.6 5.3 1.0 9034

Analysis Batch: 280-66189 Analysis Date: 05/07/2011 1458 DryWt Corrected: Y
Prep Batch: 280-66182 Prep Date: 05/07/2011 1346

Chloride-Soluble 2.1 B mg/Kg 2.0 5.2 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/07/2011 0023 DryWt Corrected: Y

Nitrate as N-Soluble 0.71 B mg/Kg 0.33 2.6 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/07/2011 0023 DryWt Corrected: Y

Bromide-Soluble 0.40 U mg/Kg 0.40 2.1 1.0 9056M
Analysis Batch:- 280-66440 Analysis Date: 05/07/2011 0023 DryWt Corrected: Y

Nitrite as N-Soluble 0.35 U mg/Kg 0.35 2.6 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/07/2011 0023 DryVwt Corrected: Y

Orthophosphate as P-Soluble 1.3 U mg/Kg 1.3 5.2 1.0 9056M
Analysis Batch: 280-66439 Analysis Date: 05/07/2011 0023 DryWt Corrected: Y

Sulfate-Soluble 5.1 B mg/Kg 1.8 5.2 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/07/2011 0023 DryWt Corrected: Y

Fluoride-Soluble 0.85 U mg/Kg 0.85 5.2 1.0 9056M
Analysis Batch: 280-66440 Analysis Date: 05/07/2011 0023 DryWt Corrected: Y

Analyte Result Dual Units RL RL Dil Method
pH adj. to 25 deg C-Soluble 9.34 SU 0.0100 0.0100 1.0 9045C

Analysis Batch: 280-66470 Analysis Date: 05/06/2011 1525 DryWt Corrected: N
Percent Moisture 6.2 %0.10 0.10 1.0 D-2216

Analysis Batch: 280-65848 Analysis Date: 05/05/2011 1530 DryWt Corrected: N
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QUALITY CONTROL RESULTS
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

QC Association Summary
Report

Lab Sample ID Client Sample ID Basis Client Matrix Method Prep Batch

GCIMS VOA

Prep Batch: 280-66166
LCS 280-661 66/2-A Lab Control Sample T Solid 5030B
MB 280-66166/1 -A Method Blank T Solid 50308
280-15478-1 J1D4L8 T Solid 50308
280-15478-11 MS Matrix Spike T Solid 50306
280-15478-1MSD Matrix Spike Duplicate T Solid 5030B
280-15478-2 J1D4L9 T Solid 5030B
280-15478-3 J1O4MO T Solid 50308
280-15478-4 I1D4M1 T Solid 50308
280-15478-5 1D4M2 T Solid 50308

Analysis Batch:280-66489
LCS 280-66166/2-A Lab Control Sample T Solid 82608 280-66166
MB 280-66166/1 -A Method Blank T Solid 82608 280-66166
280-15478-1 J1D4L8 T Solid 82608 280-66166
280-15478-1iMS Matrix Spike T Solid 82608 280-66166
280-15478-1 MSD Matrix Spike Duplicate T Solid 82608 280-66166
280-15478-2 J1D4L9 T Solid 82608 280-66166
280-15478-3 J1D4MO T Solid 82608 280-66166
280-15478-4 J1D4M1 T Solid 82608 280-66166
280-15478-5 J1D4M2 T Solid 82608 280-66166

Report Basis
T =Total
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

QC Association Summary
Report

Lab Sample ID Client Sample ID Basis Client Matrix Method Prep Batch

GCIMS Semi VOA

Prep Batch: 280-65892
LCS 280-65892/2-A Lab Control Sample T Solid 355C
MB 280-65892/1 -A Method Blank T Solid 355C
280-15478-1 J104L8 T Solid 355C
280-15478-1iMS Matrix Spike T Solid 355C
280-15478-1 MSD Matrix Spike Duplicate T Solid 355C
280-15478-2 J1D4L9 T Solid 3550C
280-15478-3 J1D4MC T Solid 355C
280-15478-4 J1D4M1 T Solid 355C
280-15478-5 J 1D4M2 T Solid 355C

Analysis Batch:280-66482
LCS 280-65892/2-A Lab Control Sample T Solid 8270C 280-65892
MB 280-65892/1 -A Method Blank T Solid 8270C 280-65892
280-15478-1 J1D4L8 T Solid 8270C 280-65892
280-15478-1iMS Matrix Spike T Solid 827CC 280-65892
280-1 5478-1 MSD Matrix Spike Duplicate T Solid 827CC 280-65892
280-15478-2 J1D4L9 T Solid 8270C 280-65892
280-1 5478-3 Ji D4MC T Solid 8270C 280-65892
280-15478-4 J1D4M1 T Solid 827CC 280-65892
280-15478-5 J 1D4MV2 T Solid 827CC 280-65892

Report Basis
T =Total
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

OC Association Summary
Report

Lab Sample ID Client Sample ID Basis Client Matrix Method Prep Batch

GC Semi VOA

Prep Batch: 280-65890
LCS 280-65890/2-A Lab Control Sample T Solid 3550C
MB 280-65890/1 -A Method Blank T Solid 3550C
280-15478-1 J1D4L8 T Solid 3550C
280-15478-2 J1D4L9 T Solid 3550C
280-15478-3 J1D4MO T Solid 3550C
280-15478-3MS Matrix Spike T Solid 3550C
280-15478-3MSD Matrix Spike Duplicate T Solid 3550C
280-15478-4 J1D4M1 T Solid 3550C
280-15478-5 J1D4M2 T Solid 3550C

Analysis Batch:280-66616
LOS 280-65890/2-A Lab Control Sample T Solid NWTPH-Dx 280-65890
M B 280-65890/1 -A Method Blank T Solid NWTPH-Dx 280-65890
280-15478-1 J1D4L8 T Solid NWTrPH-Dx 280-65890
280-15478-2 J1D4L9 T Solid NWTPH-Dx 280-65890
280-1 5478-3 Ji D4MO T Solid NWVTPH-Dx 280-65890
280-15478-3MS Matrix Spike T Solid NWTPH-Dx 280-65890
280-15478-3MSD Matrix Spike Duplicate T Solid NWTrPH-Dx 280-65890
280-15478-4 J1D4M1 T Solid NWVTPH-Dx 280-65890
280-15478-5 J1D4M2 T Solid NWVTPH-Dx 280-65890

Report Basis
T =Total
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

QC Association Summary
Report

Lab Sample ID Client Sample ID Basis Client Matrix Method Prep Batch

Metals

Prep Batch: 280-65857
LCS 280-65857/2-A Lab Control Sample T Solid 30508
MB 280-65857/1 -A Method Blank T Solid 30508
280-15478-1 J1D41-8 T Solid 30508
280-15478-1 DU Duplicate T Solid 30508
280-15478-1IS Matrix Spike T Solid 3050B
280-15478-2 JID4L-9 T Solid 3050B
280-15478-3 JID4MO T Solid 30508
280-15478-4 J1D4M1 T Solid 3050B
280-15478-5 J1D4M2 T Solid 30508

Prep Batch: 280-65913
LCS 280-65913/2-A Lab Control Sample T Solid 7471A
MB 280-65913/1 -A Method Blank T Solid 7471A
280-15478-1 J1 D41-8 T Solid 7471A
280-15478-1 DU Duplicate T Solid 7471A
280-15478-1IS Matrix Spike T Solid 7471A
280-15478-2 J1 D41-9 T Solid 7471A
280-15478-3 J1 D4MO T Solid 7471 A
280-15478-4 J1 D4M1 T Solid 7471A
280-15478-5 J1D4M2 T Solid 7471A

Analysis Batch:280-66490
LCS 280-65857/2-A Lab Control Sample T Solid 60108B 280-65857
MB 280-65857/11-A Method Blank T Solid 60108B 280-65857
280-15478-1 J104L8 T Solid 60108B 280-65857
280-15478-IDU Duplicate T Solid 60108B 280-65857
280-15478-IMS Matrix Spike T Solid 60108B 280-65857
280-15478-2 J104L-9 T Solid 60108B 280-65857
280-15478-3 J1D4MO T Solid 60108 280-65857
280-15478-4 J1D4M1 T Solid 60108 280-65857
280-15478-5 J1D4M2 T Solid 60108 280-65857

Analysis Batch:280-66717
L-CS 280-65913/2-A Lab Control Sample T Solid 7471A 280-65913
MB 280-65913/1 -A Method Blank T Solid 7471A 280-65913
280-15478-1 DU Duplicate T Solid 7471A 280-65913
280-15478-1IS Matrix Spike T Solid 7471A 280-65913
280-15478-2 J1D4L9 T Solid 7471A 280-65913
280-15478-3 J1D4MO T Solid 7471A 280-65913
280-15478-4 J1D4M1 T Solid 7471A 280-65913
280-15478-5 J1D4M2 T Solid 7471A 280-65913

Analysis Batch:280-66758
280-15478-1 J 1D41-8 T Solid 7471A 280-65913
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

OC Association Summary
Report

Lab Sample ID Client Sample ID Basis Client Matrix Method Prep Batch

Report Basis
T =Total
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

QC Association Summary
Report

Lab Sample ID Client Sample ID Basis Client Matrix Method Prep Batch

General Chemistry

Analysis Batch:280-65848
280-15478-1 J1D4L8 T Solid D-2216
280-15478-1 DU Duplicate T Solid D-2216
280-15478-2 J1D4L9 T Solid D-2216
280-15478-3 J1D4MO T Solid D-2216
280-15478-4 J1D4M1 T Solid D-2216
280-15478-5 J1D4M2 T Solid D-2216

Prep Batch: 280-65953
280-15478-1 J104L8 S Solid DI Leach
280-15478-lOU Duplicate S Solid Dl Leach
280-15478-2 J1D4L9 S Solid DI Leach
280-15478-3 I1D4MO S Solid Dl Leach
280-15478-4 J1D4M1 S Solid DI Leach
280-15478-5 J1D4M2 S Solid Dl Leach

Prep Batch: 280-66064
LOS 280-66064/1 -A Lab Control Sample S Solid Dl Leach
MB 280-66064/2-A Method Blank S Solid Dl Leach
280-15478-1 J1D4L8 S Solid Dl Leach
280-15478-2 J1D4L9 S Solid DI Leach
280-15478-3 J1D4MO S Solid Dl Leach
280-15478-4 J1D4M1 S Solid Dl Leach
280-15478-5 J1D4M2 S Solid Dl Leach
280-15478-5DU Duplicate S Solid Dl Leach
280-15478-5M5I Matrix Spike S Solid Dl Leach

Prep Batch: 280-66126
LCS 280-66126/1 -A Lab Control Sample S Solid DI Leach
MB 280-66126/2-A Method Blank S Solid DI Leach
280-15478-1 J1D4L8 S Solid Dl Leach
280-15478-2 J1D4L9 S Solid Dl Leach
280-15478-3 J1D4MO S Solid Dl Leach
280-15478-4 J1D4M1 S Solid Dl Leach
280-15478-5 J1D4M2 S Solid Dl Leach
280-15478-5DU Duplicate S Solid Dl Leach
280-15478-5M5I Matrix Spike S Solid Dl Leach
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

QC Association Summary
Report

Lab Sample ID Client Sample ID Basis Client Matrix Method Prep Batch

General Chemistry

Prep Batch: 280-66182
LCS 280-66182/4-A Lab Control Sample T Solid 9030B
MB 280-66182/9-A Method Blank T Solid 90308
280-15478-1 J1D4L8 T Solid 9030B
280-15478-1 DU Duplicate T Solid 9030B
280-15478-1iMS Matrix Spike T Solid 90308
280-15478-2 J1D4L9 T Solid 9030B
280-15478-3 J104M0 T Solid 90308
280-15478-4 J1D4M~1 T Solid 90308
280-15478-5 J104M2 T Solid 90308

Analysis Batch:280-66189
LCS 280-66182/4-A Lab Control Sample T Solid 9034 280-66182
MB 280-66182/9-A Method Blank T Solid 9034 280-66182
280-15478-1 J1D4L8 T Solid 9034 280-66182
280-15478-1lDU Duplicate T Solid 9034 280-66182
280-15478-iMS Matrix Spike T Solid 9034 280-66182
280-15478-2 J1D4L9 T Solid 9034 280-66182
280-15478-3 J1D4MO T Solid 9034 280-66182
280-15478-4 J1D4M1 T Solid 9034 280-66182
280-15478-5 J1D4M2 T Solid 9034 280-66182

Analysis Batch:280-66439
LCS 280-66064/1 -A Lab Control Sample S Solid 9056M
MB 280-66064/2-A Method Blank S Solid 9056M
280-15478-1 J104L8 S Solid 9056M
280=15478-2 J1ID4L-9 S Solid 9056M
280-15478-3 J1O4MO S Solid 9056M
280-15478-4 J1ID41I S Solid 9056M
280-15478-5 J1D4M2 S Solid 9056M
280-15478-5DU Duplicate S Solid 9056M
280-15478-5MS Matrix Spike S Solid 9056M

Analysis Batch:280-66440
LCS 280-66064/1-A Lab Control Sample S Solid 9056M
MB 280-66064/2-A Method Blank S Solid 9056M
280-15478-1 J1D4L8 S Solid 9056M
280-15478-2 J104L9 S Solid 9056M
280-15478-3 J1O4MO S Solid 9056M
280-15478-4 J1D4M1 S Solid 9056M
280-15478-5 J1D4M2 S Solid 9056M
280-15478-5DU Duplicate S Solid 9056M
280-15478-5MS Matrix Spike S Solid 9056M
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

QC Association Summary
Report

Lab Sample ID Client Sample ID Basis Client Matrix Method Prep Batch

General Chemistry

Analysis Batch:280-66470
LCS 280-66470/4 Lab Control Sample T Water 9045C
LCSID 280-66470/5 Lab Control Sample Duplicate T Water 9045C
280-15478-1 J1D4L8 S Solid 9045C
280-15478-11DU Duplicate S Solid 9045C
280-15478-2 J1D4L9 S Solid 9045C
280-15478-3 J1D4MO S Solid 9045C
280-15478-4 J1D4M1 S Solid 9045C
280-15478-5 J1D4M2 S Solid 9045C

Analysis Batch:280-66476
LCS 280-66126/1 -A Lab Control Sample S Solid 353.2
MB 280-66126/2-A Method Blank S Solid 353.2
280-15478-1 J1D4L8 S Solid 353.2
280-15478-2 J104L9 S Solid 353.2
280-15478-3 J1O4MO S Solid 353.2
280-15478-4 J1D4M1 S Solid 353.2
280-15478-5 J1D4M2 S Solid 353.2
280-15478-5DU Duplicate S Solid 353.2
280-15478-5MS Matrix Spike S Solid 353.2

Report Basis
S = Soluble

T = Total
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

QC Association Summary
Report

Lab Sample ID Client Sample ID Basis Client Matrix Method Prep Batch

HPLCIIC

Prep Batch: 280-66412
LCS 280-66412/2-A Lab Control Sample T Solid 3550C
MB 280-66412/1 -A Method Blank T Solid 3550C
280-15478-1 J1D4L8 T Solid 3550C
280-15478-2 J1D4L9 T Solid 3550C
280-15478-2M5I Matrix Spike T Solid 3550C
280-15478-2MVSD Matrix Spike Duplicate T Solid 3550C
280-15478-3 J1D4MO T Solid 3550C
280-15478-4 J1D4M1 T Solid 3550C
280-15478-5 J1D4M2 T Solid 3550C

Analysis Batch:280-66522
LCS 280-66412/2-A Lab Control Sample T Solid 8310 280-66412
MB 280-66412/1 -A Method Blank T Solid 8310 280-66412
280-15478-1 J1D4L8 T Solid 8310 280-66412
280-15478-2 J1D4L9 T Solid 8310 280-66412
280-15478-21VI Matrix Spike T Solid 8310 280-66412
280-15478-21VSD Matrix Spike Duplicate T Solid 8310 280-66412
280-15478-3 J1D4MO T Solid 8310 280-66412
280-15478-4 J1D4M1 T Solid 8310 280-66412
280-15478-5 J1D4M2 T Solid 8310 280-66412

Report Basis
T =Total
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Quality Control Results

Client: Washington Closure Hanford Job Number. 280-15478-1

Sdlg Number: JP0176

Method Blank - Batch: 280-66166 Method: 8260B
Preparation: 5030B

Lab Sample ID: MB 280-66166/1 -A Analysis Batch; 280-66489 Instrument ID: MVSVJ

Client Matnix: Solid Prep Batch: 280-66166 Lab File ID: J6397.D

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 5 g

Analysis Date: 05/07/2011 1102 Units: ug/Kg Final Weight/Volume: 5 mL

Prep Date: 05/07/2011 0600

Leach Date: N/A

Analyte Result Qual MVDL RL

Acetone 5.4 U 5.4 20

Benzene 0.47 U 0.47 5.0

Bromodichloromethane 0.22 U 0.22 5.0

Bromoform 0.23 U 0.23 5.0

Bromomethane 0.50 U 0.50 10

2-Butanone (MEK) 1.8 U 1.8 10

Carbon disulfidle 0.42 U 0.42 5.0

Carbon tetrachloride 0.63 U 0.63 5.0

Chlorobenzene 0.54 U 0.54 5.0

Dibromochloromethane 0.57 U 0.57 5.0

Chloroethane 0.89 U 0.89 10

Chloroform 0.29 U 0.29 5.0

Chloromethane 0.77 U 0.77 10

1, 3-Di chl oro benzene 0.48 U 0.48 5.0

1, 1 -Dichloroethane 0.21 U 0.21 5.0

1 .2-Dichloroethane 0.70 U 0.70 5.0

trans-i 1,2-Dichloroethene 0.39 U 0.39 2.5

1. 1 -Dichloroethene 0.59 U 0.59 5.0

1 .2-Dichloroethene, Total 0.39 U 0.39 5.0

1,2-Dichloropropane 0.55 U 0.55 5.0

cis-1, 3-Dichloropropene 1.3 U 1.3 5.0

trans-i1 3-Dichloropropene 0.67 U 0.67 5.0

Ethylbenzene 0.67 U 0.67 5.0

2-Hexanone 4.9 U 4.9 20

Methylene Chloride 0.75 U 0.75 5.0

4-Methyl-2-pentanone (MIBK) 4.4 U 4.4 10

Styrene 0.63 U 0.63 5.0

1,1,2,2-Tetrachloroethane 0.61 U 0.61 5.0

Tetrachloroethene 0.59 U 0.59 5.0

Toluene 0.69 U 0.69 5.0

1,11,11-Trichloroethane 0.52 U 0.52 5.0

1,1,2-Trichloroethane 0.88 U 0.88 5.0

Trichloroethene 0.23 U 0.23 5.0

Vinyl chloride 1.3 U 1.3 5.0

Xylenes, Total 0.61 U 0.61 5.0

Surrogate % Rec Acceptance Limits

1 ,2-Dichloroethane-d4 (Surr) 80 58 - 140

Toluene-d8 (Surr) 110 80- 126

4-Bromofluorobenzene (Surr) 99 76 - 127

Dibromofluoromethane (Surr) 94 75 -121
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Method Blank TICs- Batch: 280-66166

Cas Number Analyte RT Est. Result Qual

Tentatively Identified Compound None

Lab Control Sample - Batch: 280-66 166 Method: 8260B
Preparation: 5030B

Lab Sample ID: LCS 280-66166/2-A Analysis Batch: 280-66489 Instrument ID: MSVJ
Client Matnix: Solid Prep Batch: 280-66166 Lab File ID: J6393.D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 5 g
Analysis Date: 05/07/2011 0845 Units: ug/Kg Final Weight/Volume: 5 mL

Prep Date: 05/07/2011 0600
Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qual

Benzene 50.0 50.0 100 76- 120
Bromodichloromethane 50.0 45.2 90 74- 125
Carbon tetrachloride 50.0 45.2 90 69 - 147
Chlorobenzene 50.0 49,2 98 74- 120

Chloroform 50.0 46.3 93 77 - 125
1,3-Dichlorobenzene 50.0 48.5 97 74-120

1,1-Dichloroethane 50.0 44.7 89 74-120
trans-i 12-Dichloroethene 50.0 52.4 105 80-127
1 .1-Dichloroethene 50.0 53.0 106 77- 143
1 .2-Dichloropropane 50.0 45.2 90 74 - 120

Ethylbenzene 50.0 53.4 107 78- 120

Methylene Chloride 50.0 45.4 91 76- 137
Tetra chloroethe ne 50.0 54.9 110 71 -120
Toluene 50.0 50.2 100 72-120
1, 1. 1-Trichloroethane 50.0 45.9 92 67- 143
Trichloroethene 50.0 49.7 99 78- 120

Surrogate % Rec Acceptance Limits

1 ,2-Dichloroethane-d4 (Surr) 79 58 -140

Toluene-d8 (Surr) 113 80-126
4-Bromofluorobenzene (Surr) 91 76- 127
Dibromofluoromethane (Surr) 89 75 -121
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

Matrix Spike/ Method: 8260B
Matrix Spike Duplicate Recovery Report - Batch: 280-66166 Preparation: 5030B

MS Lab Sample ID: 280-15478-1 Analysis Batch: 280-66489 Instrument ID: MSVJ
Client Matrix: Solid Prep Batch: 280-66166 Lab File ID: J6400.D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 5.128 g
Analysis Date: 05/07/2011 1211 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600
Leach Date: N/A

MSD Lab Sample ID: 280-15478-1 Analysis Batch: 280-66489 Instrument ID: MSVJ
Client Matrix: Solid Prep Batch: 280-66166 Lab File ID: J6401 .D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 5.689 g
Analysis Date: 05/07/2011 1234 Final Weight/Volume: 5 mL
Prep Date: 05/07/2011 0600
Leach Date: N/A

% Rec.
Analyte MS MSD Limit RPD RPD Limit MS Qual MSD Qual

Benzene 101 92 76-120 20 20
Bromodichloromethane 86 79 74- 125 19 20
Carbon tetrachloride 88 79 69 - 147 21 20

Chlorobenzene 101 91 74- 120 21 20

Chloroform 90 82 77- 125 20 20

1,3-Dichlorobenzene 101 85 74- 120 28 20

1,1 -Dichloroethane 90 81 74- 120 21 20

trans-i 12-Dichloroethene 108 96 80- 127 22 20

1, 1-Dichloroethene 110 95 77-143 25 20

1,2-Dichloropropane 91 84 74- 120 18 20

Ethylbenzene 108 95 78- 120 24 20

Methylene Chloride 98 87 76 -137 22 21

Tetra ch loroethe ne 109 94 71 - 120 25 20

Toluene 102 89 72- 120 23 20

1,1,1-Trichloroethane 90 81 67- 143 21 20*

Trichloroethene 101 90 78- 120 22 20

Surrogate MS % Rec MSD % Rec Acceptance Limits

1,2-Dichloroethane-d4 (Surr) 77 81 58-140
Toluene-d8 (Surr) 117 117 80-126
4-Bromofluorobenzene (Surr) 98 98 76 -127

Dibromofluoromethane (Surr) 92 97 75 -121
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Method Blank - Batch: 280-65892 Method: 8270C
Preparation: 3550C

Lab Sample ID: MB 280-65892/1 -A Analysis Batch: 280-66482 Instrument ID: MSS_0
Client Matrix: Solid Prep Batch: 280-65892 Lab File ID: D3659.D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 31.4 g
Analysis Date: 05/09/2011 1607 Units: ug/Kg Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL
Leach Date: N/A

Analyte Result Qual MDL RL

Acenaphthene 9.8 U 9.8 320
Acenaphthylene 16 U 16 320
Anthracene 16 U 16 320
Benzo[a]anthracene 19 U 19 320
Benzo[alpyrene 19 U 19 320
Benzo[blfluoranthene 25 U 25 320
Benzo[ghi]perylene 15 U 15 320
Benzo[k~fluoranthene 38 U 38 320
Bis(2-chloroethoxy)methane 22 U 22 320
Bis(2-chloroethyl)ether 16 U 16 320
bis (2-chloroisopropyl) ether 22 U 22 320
Bis(2-ethylhexyl) phthalate 44 U 44 320
4-Bromophenyl phenyl ether 18 U 18 320
Butyl benzyl phthalate 41 U 41 320
Carbazole 34 U 34 320
4-Chloroaniline 78 U 78 320
4-C hloro-3-methyl phenol 63 U 63 320
2-Chloronaphthalene 9.6 U 9.6 320
2-Chlorophenol 20 U 20 320
4-Chlorophenyl phenyl ether 20 U 20 320
Chrysene 26 U 26 320
Dibenz(a,h)anthracene 18 U 18 320
Dibenzofuran 19 U 19 320
1 ,2-Dichlorobenzene 21 U 21 320
1 ,3-Dichlorobenzene 11 U 11 320
1 ,4-Dichlorobenzene 13 U 13 320
3,3'-Dichlorobenzidine 86 U 86 630
2,4-Dichlorophenol 9.6 U 9.6 320
Diethyl phthalate 25 U 25 320
2,4-Dimethylphenol 63 U 63 320
Dimethyl phthalate 22 U 22 320
Di-n-butyl phthalate 28 U 28 320
4,6-Dinitro-2-methylphenol 320 U 320 630
2,4-Dinitrophenol 320 U 320 790
2,4-Dinitrotoluene 63 U 63 320
2,6-Dinitrotoluene 27 U 27 320
Di-n-octyl phthalate 14 U 14 320
Fluoranthene 34 U 34 320
Fluorene 17 U 17 320
Hexachlorobenzene 28 U 28 320
Hexachlorobutadiene 9.6 U 9.6 320
Hexachlorocyclopentadiene 48 U 48 320
Hexachloroethane 20 U 20 320
Indeno[1 ,2,3-cd]pyrene 21 U 21 320
I sophorone 16 U 16 320
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Method Blank - Batch: 280-65892 Method: 8270C
Preparation: 3550C

Lab Sample ID: MB 280-65892/1 -A Analysis Batch: 280-66482 Instrument ID: MSS_0
Client Matrix: Solid Prep Batch: 280-65892 Lab File ID: D3659.D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 31.4 g
Analysis Date: 05/09/2011 1607 Units: ug/Kg Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL
Leach Date: N/A

Analyte Result Qual MDL RL

2-Methylnaphthalene 18 U 18 320
2-Methylphenol 12 U 12 320
3 & 4 Methylphenol 32 U 32 320
Naphthalene 30 U 30 320
2-Nitroaniline 48 U 48 320
3-Nitroaniline 70 U 70 320
4-Nitroaniline 69 U 69 320
Nitrobenzene 21 U 21 320
2-Nitrophenol 9.6 U 9.6 320
4-Nitrophenol 93 U 93 630
N-Nitrosodi-n-propylamine 30 U 30 320
N-Nitrosodiphenylamine 20 U 20 320
Pentachlorophenol 320 U 320 630
Phenanthrene 16 U 16 320
Phenol 17 U 17 320
Pyrene 12 U 12 320
1, ,4-Trich loro benzene 27 U 27 320
2,4, 5-Trichlorophenol 9.6 U 9.6 320
2,4,6-Trichlorophenol 9.6 U 9.6 320

Surrogate % Rec Acceptance Limits

2-Fluorobiphenyl 90 50- 120
2-Fluorophenol 92 53- 120
Nitrobenzene-d5 91 50- 120
Phenol-d5 93 52-120
Terphenyl-d14 107 55- 120
2,4,6-Tribromophenol 82 51 -120

Method Blank TICs- Batch: 280-65892

Cas Number Analyte RT Est. Result Qual

Unknown 2.75 1890 NJ
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

Lab Control Sample - Batch: 280-65892 Method: 8270C
Preparation: 3550C

Lab Sample ID: LOS 280-65892/2-A Analysis Batch: 280-66482 . Instrument ID: MSSD

Client Matrix: Solid Prep Batch: 280-65892 Lab File ID: 03650.0

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 30.9 g

Analysis Date: 05/09/2011 1316 Units: ug/Kg Final Weight/Volume: 1000 uL

Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL

Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qua[

Acenaphthene 2590 2020 78 52- 120

Anthracene 2590 2370 91 57- 120

Carbazole 2590 2330 90 54-120

4-Chloro-3-methylphenol 2590 2170 84 57- 120

2-Chlorophenol 2590 2020 78 53- 120

1,4-Dichlorobenzene 2590 1620 63 46- 120

2,4-Dinitrotoluene 2590 2370 91 53 - 120

2-Methylnaphthalene 2590 1830 71 55- 120

2-Methylphenol 2590 2010 78 51 - 120

4-Nitrophenol 2590 2330 90 41 - 120

N-Nitrosodli-n-propylamine 2590 2170 84 51 - 120

Pentachlorophenol 2590 2200 85 30- 120

Phenol 2590 2030 79 54-120

Pyrene 2590 2530 98 50-120

1,2,4-Trichlorobenzene 2590 1650 64 50- 120

2,4,6-Trichlorophenol 2590 2270 88 50- 120

Surrogate % Rec Acceptance Limits

2-Fluorobiphenyl 81 50- 120

2-Fluorophenol 77 53- 120

Nitrobenzene-d5 78 50- 120

Phenol-c15 83 52-120

Terphenyl-dl14 100 55-120

2,4,6-Tribromophenol 87 51 -120
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sd~g Number: JP0176

Matrix Spike/ Method: 8270C
Matrix Spike Duplicate Recovery Report - Batch: 280-65892 Preparation: 3550C

MS Lab Sample ID: 280-15478-1 Analysis Batch: 280-66482 Instrument ID: MSS_0
Client Matnix: Solid Prep Batch: 280-65892 Lab File ID: D3651.D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 32.2 g
Analysis Date: 05/09/2011 1335 Final Weightlolume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL
Leach Date: N/A

MVSD Lab Sample ID: 280-15478-1 Analysis Batch: 280-66482 Instrument ID: MSS_-D
Client Matrix: Solid Prep Batch: 280-65892 Lab File ID: D3652.D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 32.5 g
Analysis Date: 05/09/2011 1354 Final Weight/Volume: 1000 uL
Prep Date: 05/05/2011 2215 Injection Volume: 0.5 uL
Leach Date: N/A

% Rec.
Analyte MS MSD Limit RPD RPD Limit MS Qual MSD Qual

Acenaprithene 82 81 52 -120 2 30
Anthracene 90 85 57- 120 7 30
Carbazole 88 82 54-120 9 30
4-Chloro-3-methylphenol 87 85 57 -120 4 30
2-Chlorophenol 82 89 53 -120 7 30
1,4-Dichlorobenzene 74 76 46 - 120 2 30
2,4-Dinitrotoluene 89 91 53- 120 2 30
2-Methylnaphthalene 73 73 55- 120 1 30
2-Methylphenol 82 85 51 - 120 2 30
4-Nitrophenol 91 87 41 - 120 6 30
N-Nitrosodli-n-propylamine 89 94 51 - 120 4 30
Pentachlorophenol 77 77 30- 120 1 30
Phenol 82 90 54-120 8 30
Pyrene 97 90 50-120 9 38
1, 2,4-Trichto ro benzene 72 70 50-120 5 30
2,46-Trichlorophenol 84 83 50- 120 2 30

Surrogate MS % Rec MSD % Rec Acceptance Limits

2-Fluorobiphenyl 84 83 50- 120
2-Fluorophenol 85 86 53- 120
Nitrobenzene-d5 80 80 50- 120
Phenol-d5 87 91 52 -120
Terphenyl-d 14 96 89 55- 120
2,4,6-Tribromophenol 82 80 51 - 120
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Method Blank - Batch: 280-65890 Method: NWTPH-Dx
Preparation: 3550C

Lab Sample ID: MB 280-65890/1 -A Analysis Batch: 280-66616 Instrument ID: GCSU

Client Matrix: Solid Prep Batch: 280-65890 Lab File ID: 006B0601.0

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 31.5 g

Analysis Date: 05/10/2011 1118 Units: ug/Kg Final Weight/Volume: 1000 uL

Prep Date: 05/05/2011 2315 Injection Volume: 1 uL

Leach Date: N/A

Analyte Result Qual MDL RL

C1O-C36 950 U 950 3800

C1O-C28 650 U 650 3800

Surrogate % Rec Acceptance Limits

o-Terphenyl 86 49-115

Lab Control Sample - Batch: 280-65890 Method: NWTPH-Dx
Preparation: 3550C

Lab Sample ID: LCS 280-65890/2-A Analysis Batch: 280-66616 Instrument ID: GCSU

Client Matrix: Solid Prep Batch: 280-65890 Lab File ID: 007B0701 .D

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 31.4 g

Analysis Date: 05/10/2011 1146 Units: ug/Kg Final Weight/Volume: 1000 uL

Prep Date: 05/05/2011 2315 Injection Volume: 1 uL

Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Dual

Cl 0-C36 63700 63800 100 57-115

C1O-C28 63700 63200 99 53-115

Surrogate % Rec Acceptance Limits

o-Terphenyl 94 49-115
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Matrix Spike/ Method: NWTPH-Ox
Matrix Spike Duplicate Recovery Report - Batch: 280-65890 Preparation: 3550C

MS Lab Sample ID: 280-15478-3 Analysis Batch: 280-66616 Instrument ID: GCSU
Client Matnix: Solid Prep Batch: 280-65890 Lab File ID: 01181 101.0
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 32.0 g
Analysis Date: 05/10/2011 1339 Final Weight/Volume: 1000 uL

Prep Date: 05/05/2011 2315 Injection Volume: 1 uL

Leach Date: N/A

MSD Lab Sample ID: 280-15478-3 Analysis Batch: 280-66616 Instrument ID: GCSU

Client Matrix: Solid Prep Batch: 280-65890 Lab File ID: 012B1201.D

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 32.4 g
Analysis Date: 05/10/2011 1407 Final Weight/Volume: 1000 uL

Prep Date: 05/05/2011 2315 Injection Volume: 1 uL

Leach Date: N/A

% Rec.
Analyte MS MSD Limit RPD RPD Limit MS Qual MSD Qual

Cl 0-C36 92 98 57- 115 5 23

Cl 0-C28 93 97 56-115 4 23

Surrogate MS % Rec MSD % Rec Acceptance Limits

o-Terphenyl 89 98 49-115
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

Method Blank - Batch: 280-66412 Method: 8310
Preparation: 3550C

Lab Sample ID: M B 280-66412/1 -A Analysis Batch: 280-66522 Instrument ID: CHHPLCG
Client Matrix: Solid Prep Batch: 280-66412 Lab File ID: G0510008.D
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 30.4 g
Analysis Date: 05/10/2011 1351 Units: ug/Kg Final Weight/Volume: 4000 uL
Prep Date: 05/09/2011 2200 Injection Volume: 20 uL

Leach Date: N/A Column ID: PRIMARY

Analyte Result Qua] MDL RL

Acenaphthene 9.9 U 9.9 99
Acenaphthylene 8.9 U 8.9 99
Anthracene 3.0 U 3.0 20
Benzo[a]anthracene 3.1 U 3.1 15
Benzo[a]pyrene 6.3 U 6.3 15
Benzo[b]fluoranthene 4.1 U 4.1 15
Benzo[g,h,ilperylene 7.1 U 7.1 30
Benzo[k]fluoranthene 3.9 U 3.9 15
Chrysene 4.8 U 4.8 39
Dibenzo(ah)anthracene 11 U 11 30
Fluoranthene 13 U 13 39
Fluorene 5.2 U 5.2 30
Indenofi ,2,3-cdlpyrene 12 U 12 30
Naphthalene 12 U 12 99
Phenanthrene 12 U 12 39
Pyrene 12 U 12 39

Surrogate % Rec Acceptance Limits

Terphenyl-d14 (SUR) 88 72-115
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdlg Number: JP0176

Lab Control Sample -Batch: 280-66412 Method: 8310
Preparation: 3550C

Lab Sample ID: LOS 280-66412/2-A Analysis Batch: 280-66522 Instrument ID: CHHPLCG
Client Matrix: Solid Prep Batch: 280-66412 Lab File ID: G0510009.D
Dilution: 1.0 Leach Batch: N/A Initial Weight[Volume: 31.0 g
Analysis Date: 05/10/2011 1422 Units: ug/Kg Final Weight/Volume: 4000 uL
Prep Date: 05/09/2011 2200 Injection Volume: 20 uL
Leach Date: N/A Column ID: PRIMARY

Analyte Spike Amount Result % Rec. Limit Qual

Acenaphthene 1940 1780 92 72-115
Acenaphthylene 1940 1760 91 60- 115
Anthracene 1940 1630 84 61 -115
Benzo[a~anthracene 1940 1920 99 76 -115

Benzo[a]pyrene 1940 1980 102 69-115
Benzo[b]fluoranthene 1940 1950 101 81 - 115
Benzo[g,h,i]perylene 1940 1900 98 71 - 115
Benzo[k]fluoranthene 1940 1890 98 85 - 115
Chrysene 1940 1810 94 70-115
Dibenzo(ah)anthracene 1940 1860 96 79-115
Fluoranthene 1940 1810 94 67- 115
Fluorene 1940 1780 92 72- 115
Indeno(1,2,3-cdjpyrene 1940 1990 103 76-115
Naphthalene 1940 1790 92 77-115
Phenanthrene 1940 1800 93 79-115
Pyrene 1940 1860 96 77-115

Surrogate % Rec Acceptance Limits

Terphenyl-d14 (SUR) 89 72-115
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Matrix Spike/ Method: 8310
Matrix Spike Duplicate Recovery Report - Batch: 280-66412 Preparation: 3550C

MS Lab Sample ID: 280-15478-2 Analysis Batch: 280-66522 Instrument ID: CHHPLCG
Client Matrix: Solid Prep Batch: 280-66412 Lab File ID: 00510012.0
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 30.2 g
Analysis Date: 05/10/2011 1554 Final Weight/Volume: 4000 uL
Prep Date: 05/09/2011 2200 Injection Volume: 20 uL
Leach Date: N/A Column ID: PRIMARY

MSD Lab Sample ID: 280-1 5478-2 Analysis Batch: 280-66522 Instrument ID: CHHPLC_0
Client Matnix: Solid Prep Batch: 280-66412 Lab File ID: 00510013.0
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 32.3 g
Analysis Date: 05/10/2011 1624 Final Weight/Volume: 4000 uL
Prep Date: 05/09/2011 2200 Injection Volume: 20 uL
Leach Date: N/A Column ID: PRIMARY

% Rec.
Analyte MS MSD Limit RPD RPD Limit MS Qual MSD Qual

Acenaphthene 95 94 72- 115 8 20
Acenaphthylene 94 93 60- 115 8 21
Anthracene 88 87 61 - 115 8 20
Benzo(alanthracene 103 102 76 - 115 7 20

Benzo[alpyrene 104 102 69- 115 8 20

Benzo~blluoranthene 100 98 81 - 115 9 20
Benzo~g,hji~perylene 100 99 71 -115 9 20

Benzo[k]fluoranthene 99 98 85 - 115 8 20

Chrysene 96 94 70- 115 8 20
Dibenzo(a,h)anthracene 98 97 79 - 115 8 20

Fluoranthene 97 95 67 - 115 8 20

Fluorene 95 93 72- 115 9 20
Indeno[1,2,3-cd]pyrene 106 104 76- 115 8 20

Naphthalene 96 94 77 - 115 8 20

Phenanthrene 96 95 79- 115 9 20

Pyrene 100 98 77- 115 9 20

Surrogate MS % Rec MSD % Rec Acceptance Limits

TerphenyI-d14 (SUR) 92 94 72-115
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Method Blank - Batch: 280-65857 Method: 6010B
Preparation: 3050B

Lab Sample ID: MB 280-65857/1 -A Analysis Batch: 280-66490 Instrument ID: MT_026
Client Matrix: Solid Prep Batch: 280-65857 Lab File ID: 26a05091 1.asc
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 1.0 g
Analysis Date: 05/09/2011 1032 Units: mg/Kg Final Weight/Volume: 100 mL

Prep Date: 05/06/2011 1530
Leach Date: N/A

Analyte Result Qual MDL RL

Aluminum 0.016 U 0.016 0.050
Antimony 0.0038 U 0.0038 0.0060
Arsenic 0.0066 U 0.0066 0.010
Barium 0.000840 B 0.00076 0.0050
Beryllium 0.00033 U 0.00033 0.0020
Boron 0.0098 U 0.0098 0.020
Cadmium 0.00041 U 0.00041 0.0020
Calcium 0.14 U 0.14 0.50
Chromium 0.00058 U 0.00058 0.0020
Cobalt 0.0010 U 0.0010 0.010
Copper 0.0022 U 0.0022 0.010
Iron 0,038 U 0.038 0.050
Lead 0.0027 U 0.0027 0.0050
Magnesium 0.037 U 0.037 0.20
Manganese 0.0010 U 0.0010 0.010
Molybdenum 0.0026 U 0.0026 0.020
Nickel 0.0012 U 0.0012 0.040
Potassium 0.41 U 0.41 3.0
Selenium 0.0086 U 0.0086 0.010
Silicon 0.057 U 0.057 0.10
Silver 0.0016 U 0.0016 0.0020
Sodium 0.59 U 0.59 1.2
Vanadium 0.00094 U 0.00094 0.020
Zinc 0.00428 B 0.0040 0.010
Zirconium 0.0035 U 0.0035 0.025

TestAmerica Denver Page 78 of 97



Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

Lab Control Sample - Batch: 280-65857 Method: 6010B
Preparation: 3050B

Lab Sample ID: LCS 280-65857/2-A Analysis Batch: 280-66490 Instrument ID: MT_026

Client Matnix: Solid Prep Batch: 280-65857 Lab File ID: 26a05091 1 .asc

Dilution: 1 0 Leach Batch: N/A Initial Weight/Volume: 1.0 g

Analysis Date: 05/09/2011 1034 Units: mg/Kg Final Weight/Volume: 100 mL

Prep Date: 05/06/2011 1530

Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qual

Aluminum 2.00 1.87 93 82-116

Antimony 0,500 0.493 99 82-110

Arsenic 1.00 0.986 99 85-110

Barium 2.00 1.95 98 87-112

Beryllium 0.0500 0.0476 95 84-114

Boron 1.00 0.950 95 81-110

Cadmium 0.100 0.100 100 87-110

Calcium 50.0 48.69 97 82-114

Chromium 0.200 0.199 100 84-114

Cobalt 0.500 0.488 98 87-110

Copper 0.250 0.240 96 88-110

Iron 1.00 0.991 99 87- 120

Lead 0.500 0.493 99 86-110

Magnesium 50.0 47.41 95 90-110

Manganese 0.500 0.474 95 88-110

Molybdenum 1.00 1.00 100 86-110

Nickel 0.500 0.484 97 87-110

Potassium 50.0 48.46 97 89-110

Selenium 2.00 1.92 96 83-110

Silicon 10.0 0.671 7 10-70 N

Silver 0.0500 0.0482 96 87-114

Sodium 50.0 51.79 104 90-112

Vanadium 0.500 0.485 97 88-110

Zinc 0.500 0.489 98 76-114

Zirconium 0.500 0.459 92 90-110
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Matrix Spike - Batch: 280-65857 Method: 6010B

Preparation: 3050B

Lab Sample ID: 280-15478-1 Analysis Batch: 280-66490 Instrument ID: MT_026

Client Matrix: Solid Prep Batch: 280-65857 Lab File ID: 26a05091 1 .asc

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 1.01 g

Analysis Date: 05/09/2011 1044 Units: mg/Kg Final Weight/Volume: 100 mL

Prep Date: 05/06/2011 1530
Leach Date: N/A

Analyte Sample ResultiQual Spike Amount Result % Rec. Limit Qual

Aluminum 4460 209 5460 478 50 -200 4

Antimony 0.39 U 52.1 34.36 66 20 -200

Arsenic 1.3 104 93.46 88 76-111
Barium 52.6 209 235.5 88 52-159
Beryllium 0.034 U 5.21 4.48 86 72 -105

Boron 1.0 U 104 87.56 84 75-107
Cadmium 0.053 B 10.4 9.58 91 40-130
Calcium 4550 5210 10230 109 43-165
Chromium 3.5 20.9 22.91 93 70 -200

Cobalt 9.0 52.1 53.59 86 72-106
Copper 16.8 26.1 34.23 67 37-187
Iron 22300 104 19490 -2674 70-200 4

Lead 2.2 52.1 47.78 87 70- 200

Magnesium 3750 5210 8157 84 64-145

Manganese 268 52.1 301.2 63 40-200 4

Molybdenum 0.42 B 104 93.48 89 75- 103

Nickel 7.0 52.1 50.93 84 61-126
Potassium 486 5210 5427 95 56- 172

Selenium 0.88 U 209 180.0 86 76- 104

Silicon 157 1040 536.6 36 20-200

Silver 0.16 U 5.21 4.48 86 75-141

Sodium 342 5210 5746 104 78-111
Vanadium 53.6 52.1 94.68 79 50- 169
Zinc 38.8 52.1 80.59 80 70 -200

Zirconium 22.9 52.1 63.53 78 75- 125
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Duplicate - Batch: 280-65857 Method: 6010B
Preparation: 3050B

Lab Sample ID: 280-15478-1 Analysis Batch: 280-66490 Instrument ID: MT_026

Client Matrix: Solid Prep Batch: 280-65857 Lab File ID: 26a05091 1.asc

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 1.10 g
Analysis Date: 05/09/2011 1041 Units: mg/Kg Final Weight/Volume: 100 mL

Prep Date: 05/06/2011 1530

Leach Date: N/A

Analyte Sample ResultiQual Result RPD Limit Qual

Aluminum 4460 4681 5 40

Antimony 0.39 U 0.36 NC 40 U
Arsenic 1.3 1.00 24 30
Barium 52.6 47.68 10 30
Beryllium 0.034 U 0.0412 NC 30 B

Boron 1.0 U 0.94 NC 30 U
Cadmium 0.053 B 0.039 NC 30 U
Calcium 4550 4011 13 30
Chromium 3.5 3.40 2 40

Cobalt 9.0 6.97 26 30
Copper 16.8 13.08 25 30
Iron 22300 22030 1 40

Lead 2.2 2.27 2 40

Magnesium 3750 3005 22 30
Manganese 268 236.8 13 40

Molybdenum 0.42 B 0.25 NC 30 U
Nickel 7.0 5.72 20 30
Potassium 486 1079 76 40 M
Selenium 0.88 U 0.82 NC 30 U
Silicon 157 165.7 5 40 N
Silver 0.16 U 0.15 NC 30 U

Sodium 342 213.6 46 30 M
Vanadium 53.6 48.61 10 30
Zinc 38.8 36.84 5 40

Zirconium 22.9 19.95 14 30
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Quality Control Results

Client:. Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Method Blank - Batch: 280-65913 Method: 7471A
Preparation: 7471A

Lab Sample ID: MB 280-65913(1 -A Analysis Batch: 280-66717 Instrument ID: MT_034

Client Matrix: Solid Prep Batch: 280-65913 Lab File ID: 1 1051OAA.txt

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 0.60 g

Analysis Date: 05/10/2011 1548 Units: mg/Kg Final Weight/Volume: 50 mL

Prep Date: 05/10/2011 1415

Leach Date: N/A

Analyte Result Qual MDL RL

Mercury 0.0055 U 0.0055 0.017

Lab Control Sample - Batch: 280-65913 Method: 7471A
Preparation: 7471A

Lab Sample ID: LCS 280-65913/2-A Analysis Batch: 280-66717 Instrument ID: MT_034

Client Matnix: Solid Prep Batch: 280-65913 Lab File ID: 1 lO5lOAAtxt

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 0.60 g

Analysis Date: 05/10/2011 1551 Units: mg/Kg Final Weight/Volume: 50 mL

Prep Date: 05/10/2011 1415

Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qual

Mercury 0.417 0.441 106 87-111

Matrix Spike - Batch: 280-65913 Method: 7471A
Preparation: 7471A

Lab Sample ID: 280-15478-1 Analysis Batch: 280-66717 Instrument ID: MT_034
Client Matrix: Solid Prep Batch: 280-65913 Lab File ID: 1 1O51OAA.txt
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 0.66 g
Analysis Date: 05/10/2011 1557 Units: mg/Kg Final Weight/Volume: 50 mL
Prep Date: 05/10/2011 1415
Leach Date: N/A

Analyte Sample Result/Qual Spike Amount Result % Rec. Limit Qual

Mercury 0.0052 U 0.399 0.405 102 87-111
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Duplicate - Batch: 280-65913 Method: 7471A
Preparation: 7471A

Lab Sample ID: 280-15478-1 Analysis Batch: 280-66717 Instrument ID: MT_034
Client Matnix: Solid Prep Batch: 280-65913 Lab File ID: 110510AA.txt
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 0.60 g
Analysis Date: 05/10/2011 1555 Units: mg/Kg Final Weight/Volume: 50 mL
Prep Date: 05/10/2011 1415
Leach Date: N/A

Analyte Sample Result/Qual Result RPD Limit Qual

Mercury 0.0052 U 0.0058 NC 20 U
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Method Blank - Batch: 280-66476 Method: 353.2
Preparation: N/A

Lab Sample ID: MB 280-66126/2-A Analysis Batch: 280-66476 Instrument ID: WC -Alp 2
Client Matnx: Solid Prep Batch: N/A Lab File ID: C:\FLOW_4\OSO7ANXN
Dilution: 1.0 Leach Batch: 280-66126 Initial Weight/Volume: 1.0 mL
Analysis Date: 05/07/2011 1009 Units: mg/Kg Final Weight/Volume: 1.0 mL
Prep Date: N/A
Leach Date: 05/07/2011 0814

Analyte Result Qual MDL RL

Nitrate Nitrite as N-Soluble 0.35 U 0.35 0.73

Method Reporting Limit Check - Batch: 280-66476 Method: 353.2
Preparation: N/A

Lab Sample ID: MRL 280-66476/17 Analysis Batch: 280-66476 Instrument ID: WC -Alp 2
Client Matrix: Water Prep Batch: N/A Lab File ID: C:\FLOW_4\O5O7ANXN
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 100 mL
Analysis Date: 05/07/2011 0959 Units: mg/L Final Weight/Volume: 100 mL
Prep Date: N/A
Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qual

Nitrate Nitrite as N-Soluble 0.100 0.0851 85 50- 150 B

Lab Control Sample - Batch: 280-66476 Method: 353.2
Preparation: N/A

Lab Sample ID: LCS 280-66126/1 -A Analysis Batch: 280-66476 Instrument ID: WC -Alp 2
Client Matrix: Solid Prep Batch: N/A Lab File ID: CA\FLOW_4\O5O7ANXN
Dilution: 1.0 Leach Batch: 280-66126 Initial Weight/Volume: 1.0 mL
Analysis Date: 05/07/2011 1011 Units: mg/Kg Final Weight/Volume: 1.0 mL
Prep Date: N/A
Leach Date: 05/07/2011 0814

Analyte Spike Amount Result % Rec. Limit Qual

Nitrate Nitrite as N-Soluble 47.6 46.25 97 90- 110
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Matrix Spike - Batch: 280-66476 Method: 353.2
Preparation: N/A

Lab Sample ID: 280-15478-5 Analysis Batch: 280-66476 Instrument ID: WC-Alp 2
Client Matrix: Solid Prep Batch: N/A Lab File ID: C:\FLOW_4\05O7ANXN
Dilution: 1.0 Leach Batch: 280-66126 Initial Weight/Volume: 1.0 mL
Analysis Date: 05/07/2011 1030 Units: mg/Kg Final Weight/Volume: 1.0 mL
Prep Date: N/A
Leach Date: 05/07/2011 0814

Analyte Sample Result/Qual Spike Amount Result % Rec. Limit Qual

Nitrate Nitrite as N-Soluble 0.73 B 42.2 49.99 117 90- 110 IN

Duplicate - Batch: 280-66476 Method: 353.2
Preparation: N/A

Lab Sample ID: 280-15478-5 Analysis Batch: 280-66476 Instrument ID: WC-Alp 2
Client Matrix: Solid Prep Batch: N/A Lab File ID: C:\FLOW_4\O5O7ANXN
Dilution: 1.0 Leach Batch: 280-66126 Initial Weight/Volume: 1.0 mL
Analysis Date: 05/07/2011 1029 Units: mg/Kg Final Weight/Volume: 1.0 mL
Prep Date: N/A
Leach Date: 05/07/2011 0814

Analyte Sample Result/Qual Result RPID Limit Qual

Nitrate Nitrite as N-Soluble 0.73 B 0.644 13 10 B M
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Method Blank - Batch: 280-66182 Method: 9034
Preparation: 9030B

Lab Sample ID: MB 280-66182/9-A Analysis Batch: 280-66189 Instrument ID: No Equipment

Client Matrix: Solid Prep Batch: 280-66182 Lab File ID: N/A
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 50.13 g

Analysis Date: 05/07/2011 1458 Units: mg/Kg Final Weight/Volume: 250 mL

Prep Date: 05/07/2011 1346
Leach Date: N/A

Analyte Result Qual MDL RL

Sulfide 2.4 U 2.4 5.0

Lab Control Sample - Batch: 280-66182 Method: 9034
Preparation: 9030B

Lab Sample ID: LCS 280-66182/4-A Analysis Batch: 280-66189 Instrument ID: No Equipment

Client Matrix: Solid Prep Batch: 280-66182 Lab File ID: N/A
Dilution: 1.0 Leach Batch: N/A Initial Weightlolume: 50.25 g

Analysis Date: 05/07/2011 1458 Units: mg/Kg Final Weight/Volume: 250 mL

Prep Date: 05/07/2011 1346

Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qual

Sulfide 89.2 67.66 76 47-100

Matrix Spike - Batch: 280-66182 Method: 9034
Preparation: 9030B

Lab Sample ID: 280-15478-1 Analysis Batch: 280-66189 Instrument ID: No Equipment
Client Matrix: Solid Prep Batch: 280-66182 Lab File ID: N/A
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 49.99 g
Analysis Date: 05/07/2011 1458 Units: mg/Kg Final Weight/Volume: 250 mL
Prep Date: 05/07/2011 1346

Leach Date: N/A

Analyte Sample Result/Qual Spike Amount Result % Rec. Limit Qual

Sulfide 2.5 U 94.4 24.43 26 57- 136 N
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Duplicate - Batch: 280-66182 Method: 9034
Preparation: 9030B

Lab Sample ID: 280-15478-1 Analysis Batch: 280-66189 Instrument ID: No Equipment
Client Matrix: Solid Prep Batch: 280-66182 Lab File ID: N/A
Dilution: 1 0 Leach Batch: N/A Initial Weight/Volume: 50.29 g
Analysis Date: 05/07/2011 1458 Units: mg/Kg Final Weight/Volume: 250 mL
Prep Date: 05/07/2011 1346
Leach Date: N/A

Analyte Sample Result/Qual Result RPD Limit Qual

Sulfide 2.5 U 2.5 NC 35 U
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdlg Number: JP0176

Lab Control Sample/ Method: 9045C
Lab Control Sample Duplicate Recovery Report - Batch: 280-66470 Preparation: N/A

LCS Lab Sample ID: LCS 280-66470/4 Analysis Batch: 280-66470 Instrument ID: WCpH Probe

Client Matrix: Water Prep Batch: N/A Lab File ID: N/A

Dilution: 1,0 Leach Batch: N/A Initial Weight/Volume: 1.0 mL

Analysis Date: 05/06/2011 1515 Units: SU Final Weight/Volume: 1.0 mL

Prep Date: N/A
Leach Date: N/A

LCSID Lab Sample ID: LCSID 280-66470/5 Analysis Batch: 280-66470 Instrument ID: WCpH Probe

Client Matnix: Water Prep Batch: N/A Lab File ID: N/A

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 1.0 mL

Analysis Date: 05/06/2011 1515 Units: SU Final Weight/Volume: 1.0 mL

Prep Date: N/A
Leach Date: N/A

% Rec.

Analyte LCS LCSD Limit RPID RPID Limit LCS Qual LCSD Qual

pH adj. to 25 deg C-Soluble 100 100 97- 103 0 5

Duplicate - Batch: 280-66470 Method: 9045C
Preparation: N/A

Lab Sample ID: 280-15478-1 Analysis Batch: 280-66470 Instrument ID: WC-pH Probe

Client Matnix: Solid Prep Batch: N/A Lab File ID: N/A

Dilution: 1.0 Leach Batch: 280-65953 Initial Weight/Volume: 1.0 mL

Analysis Date: 05/06/2011 1518 Units: SU Final Weight/Volume: 1.0 mL

Prep Date. N/A
Leach Date: 05/06/2011 0902

Analyte Sample Result/Qual Result RPID Limit Qual

pH adj. to 25 deg C-Soluble 8.97 8.960 0.1 5
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Method Blank - Batch: 280-66439 Method: 9056M
Preparation: N/A

Lab Sample ID: MB 280-66064/2-A Analysis Batch: 280-66439 Instrument ID: WC_1C8
Client Matrix: Solid Prep Batch: N/A Lab File ID: 1 32.TXT
Dilution: 1.0 Leach Batch: 280-66064 Initial Weight/Volume: 1.0 mL
Analysis Date: 05/06/2011 2226 Units: mg/Kg Final Weight/Volume: 1.0 mL
Prep Date: N/A
Leach Date: 05/06/2011 1457

Analyte Result Qual MDL RL

Nitrate as N-Soluble 0.30 U 0.30 2.4
Nitrite as N-Soluble 0.33 U 0.33 2.4
Orthophosphate as P-Soluble 1.2 U 1.2 4.9
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1

Sdg Number: JP0176

Method Reporting Limit Check - Batch: 280-66439 Method: 9056M
Preparation: N/A

Lab Sample ID: MRL 280-66439/11 Analysis Batch: 280-66439 Instrument ID: WO_108
Client Matrix: Water Prep Batch: N/A Lab File ID: 11 0.TXT
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 1.0 mL
Analysis Date: 05/06/2011 1447 Units: mg/L Final Weight/Volume: 5 mL
Prep Date: N/A
Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qual

Nitrate as N-Soluble 0.200 0.198 99 50- 150 B
Nitrite as N-Soluble 0.200 0.198 99 50- 150 B

Method Reporting Limit Check - Batch: 280-66439 Method: 9056M
Preparation: N/A

Lab Sample ID: MRL 280-66439/14 Analysis Batch: 280-66439 Instrument ID: WO_108
Client Matrix: Water Prep Batch: N/A Lab File ID: 113.TXT
Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 1.0 mL
Analysis Date: 05/06/2011 1559 Units: mg/L Final Weight/Volume: 5 mL
Prep Date: N/A
Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qual

Orthophosphate as P-Soluble 0.500 0.464 93 50- 150 B

Lab Control Sample - Batch: 280-66439 Method: 9056M
Preparation: N/A

Lab Sample ID: LCS 280-66064/1 -A Analysis Batch: 280-66439 Instrument ID: WO_108
Client Matrix: Solid Prep Batch: N/A Lab File ID: 131 .TXT
Dilution: 1.0 Leach Batch: 280-66064 Initial Weight/Volume: 1.0 mL
Analysis Date: 05/06/2011 2209 Units: mg/Kg Final Weight/Volume: 1.0 mL
Prep Date: N/A
Leach Date: 05/06/2011 1457

Analyte Spike Amount Result % Rec. Limit Qual

Nitrate as N-Soluble 48.5 48.21 99 90- 110
Nitrite as N-Soluble 48.5 48.86 101 90-110
Orthophosphate as P-Soluble 48.5 50.85 105 90- 110
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Matrix Spike - Batch: 280-66439 Method: 9056M
Preparation: N/A

Lab Sample ID: 280-1 5478-5 Analysis Batch: 280-66439 Instrument ID: WC_1 C8

Client Matrix: Solid Prep Batch: N/A Lab File ID: 141.TXT
Dilution: 1.0 Leach Batch: 280-66064 Initial Weight/Volume: 1.0 mL

Analysis Date: 05/07/2011 0057 Units: mg/Kg Final Weight/Volume: 1.0 mL

Prep Date: N/A
Leach Date: 05/06/2011 1457

Analyte Sample Result/Qua] Spike Amount Result % Rec. Limit Qua[

Nitrate as N-Soluble 0.71 B 52.8 53.44 100 80- 120

Nitrite as N-Soluble 0.35 U 52.8 53.51 101 80- 120

Orthophosphate as P-Soluble 1.3 U 52.8 57.39 109 80- 120

Duplicate - Batch: 280-66439 Method: 9056M
Preparation: N/A

Lab Sample ID: 280-15478-5 Analysis Batch: 280-66439 Instrument ID: WC_1C8

Client Matrix: Solid Prep Batch: N/A Lab File ID: 140.TXT

Dilution: 1.0 Leach Batch: 280-66064 Initial Weight/Volume: 1.0 mL

Analysis Date: 05/07/2011 0040 Units: mg/Kg Final Weight/Volume: 1.0 mL

Prep Date: N/A
Leach Date: 05/06/2011 1457

Analyte Sample ResultlQual Result RPD Limit Qual

Nitrate as N-Soluble 0.71 B 0.721 1 15 B

Nitrite as N-Soluble 0.35 U 0.35 NC 15 U

Orthophosphate as P-Soluble 1.3 U 1.3 NC 15 U
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Method Blank - Batch: 280-66440 Method: 9056M
Preparation: N/A

Lab Sample ID: MB 280-66064/2-A Analysis Batch: 280-66440 Instrument ID: WC_IC8

Client Matrix: Solid Prep Batch: N/A Lab File ID: 132.TXT

Dilution: 1.0 Leach Batch: 280-66064 Initial Weight/Volume: 1.0 mL

Analysis Date: 05/06/2011 2226 Units: mg/Kg Final Weight/Volume: 1.0 mL

Prep Date: N/A
Leach Date: 05/06/2011 1457

Analyte Result Qual MDL RL

Chloride-Soluble 1.9 U 1.9 4.9

Bromide-Soluble 0.38 U 0.38 1.9

Sulfate-Soluble 1.7 U 1.7 4.9

Fluoride-Soluble 0.80 U 0.80 4.9

Method Reporting Limit Check - Batch: 280-66440 Method: 9056M
Preparation: N/A

Lab Sample ID: MRL 280-66440/11 Analysis Batch: 280-66440 Instrument ID: WC_1C8

Client Matrix: Water Prep Batch: N/A Lab File ID: 11 O.TXT

Dilution: 1.0 Leach Batch: N/A Initial Weight/Volume: 1.0 mL

Analysis Date: 05/06/2011 1447 Units: mg/L Final Weight/Volume: 5 mL

Prep Date: N/A
Leach Date: N/A

Analyte Spike Amount Result % Rec. Limit Qual

Chloride-Soluble 1.00 1.00 100 50 -150 B

Bromide-Soluble 0.200 0.199 100 50- 150 B

Sulfate-Soluble 1.00 0.938 94 50 -150 B

Fluoride-Soluble 0.200 0.191 96 50- 150 B

Lab Control Sample - Batch: 280-66440 Method: 9056M
Preparation: N/A

Lab Sample ID: LCS 280-66064/1 -A Analysis Batch: 280-66440 Instrument ID: WC_1C8;

Client Matrix: Solid Prep Batch: N/A Lab File ID: 131.TXT

Dilution: 1.0 Leach Batch: 280-66064 Initial Weight/Volume: 1.0 mL

Analysis Date: 05/06/2011 2209 Units: mg/Kg Final Weightlolume: 1.0 mL

Prep Date: N/A
Leach Date: 05/06/2011 1457

Analyte Spike Amount Result % Rec. Limit Qual

Chloride-Soluble 243 254.0 105 90- 110

Bromide-Soluble 48.5 49.01 101 90- 110

Sulfate-Soluble 243 255.8 105 90-110

Fluoride-Soluble 48.5 48.97 101 90- 110
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdg Number: JP0176

Matrix Spike - Batch: 280-66440 Method: 9056M
Preparation: N/A

Lab Sample ID. 280-15478-5 Analysis Batch: 280-66440 Instrument ID: WC_1C8
Client Matrix: Solid Prep Batch: N/A Lab File ID: 141 .TXT
Dilution: 1.0 Leach Batch: 280-66064 Initial Weight/Volume: 1.0 mL
Analysis Date: 05/07/2011 0057 Units: mg/Kg Final Weight/Volume: 1.0 mL
Prep Date: N/A
Leach Date: 05/06/2011 1457

Analyte Sample ResultlQual Spike Amount Result % Rec. Limit Qual

Chloride-Soluble 2.1 B 264 280.6 106 80 -120

Bromide-Soluble 0.40 U 52.8 53.45 101 80- 120
Sulfate-Soluble 5.1 B 264 280.9 104 80- 120
Fluoride-Soluble 0.85 U 52.8 52.80 100 80- 120

Duplicate - Batch: 280-66440 Method: 9056M
Preparation: N/A

Lab Sample ID: 280-15478-5 Analysis Batch: 280-66440 Instrument ID: WC_1 C8
Client Matrix: Solid Prep Batch: N/A Lab File ID: 140.TXT
Dilution: 1.0 Leach Batch: 280-66064 Initial Weight/Volume: 1.0 mL
Analysis Date: 05/07/2011 0040 Units: mg/Kg Final Weight/Volume: 1.0 mL
Prep Date: N/A
Leach Date: 05/06/2011 1457

Analyte Sample ResultlQual Result RPD Limit Qua]

Chloride-Soluble 2.1 B 2.1 NC 15 U
Bromide-Soluble 0.40 U 0.41 NC 15 U
Sulfate-Soluble 5.1 B 5.33 5 15
Fluoride-Soluble 0.85 U 0.86 INC 15 U
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Quality Control Results

Client: Washington Closure Hanford Job Number: 280-15478-1
Sdlg Number: JP0176

Duplicate - Batch: 280-65848 Method: D-2216
Preparation: N/A

Lab Sample ID: 280-15478-1 Analysis Batch: 280-65848 Instrument ID: No Equipment
Client Matrix: Solid Prep Batch: N/A Lab File ID: N/A
Dilution: 1 0 Leach Batch: N/A Initial Weight/Volume:
Analysis Date: 05/05/2011 1530 Units: %Final Weight/Volume:
Prep Date: N/A
Leach Date: N/A

Analyte Sample ResultiQual Result RPD Limit Qual

Percent Moisture 5.0 5.2 4 20
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Tet~ eic ~Project 28002142,1,',A
THE LEAD2ER IN ENVIRONMENTALTEIN

Analytical Due:
Report Due:.

Sample Check-in List

Date/Time Received: z L// [) GM Screen Result microR/hr

Client: Washington Closure Hanford SDG #:':T-PO/ "6 NA[ I SAF #: / /7- NA

Job Number: I ()f 9~ Chain of Cu stody # ____________

Shipping Container D: _ _ _______, Air Bill # 7?~ O ~

1. Custody Seals on shipping container intact? NA[ ] Yes [f No []

2. Custody Seals dated and signed? NA[] Yes[]II No[]

3. Chain of Custody record peeNA [] Yes ] No[]I

4. Cooler Temperature 0C 7 NA []5. Vermiculite/packing materials is NA I]Wet []Dryrf<

6. Number of samples in shipping container:____

7. Sample holding times exceeded? TNA [1Yes[ ] N9 .{i

8 Samples h ye:
Tape Hazard Lables

______Custody Seals Appropriate Sample Lables

9. Samples are:
In Good Condition _____Leaking

____Broken _ ___Have Air Bubbles
(Only for samples requiring no head space.)

10. Sample pH taken? NA ] Jp11<2 []p11>2 [j pH>9 1] Amount EHN0 3 Added______

11. Sample Location, Sample Collector Listed? *

*For documentation only. No corrective action needed.

12. Were any anomalies identified in sample receipt? Yes [ ] N 1

13. Description of anomalies (include sample numbers): _________________________

Sample Custodian: ________________________Date:

I Client Saminle ID I Analysis Requested Condition Comments/Action

Client Informed on ________by _____________Person Contacted___________

INo action necessary; process as is.

Project Manager V e./ Date 5161111__________
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From: (509) 375-4640 Origin I0: PSCA Fe S.Ship Date; 04MAY1 1
WCH MAILROOM F Z. ActWgt 69.0 LB
WASHINGTON CLOSURE HANFORD ER'em CAD: 88978431INIET3130

2620FERM AV Delivery Address Bar Code
RICHLAND, WA 99354

J1110i2250225 I ii111
SHIP TO: (303)736-0109 BILSENDER Ref#0
Sample Recieving Invoice #

Test America Denver Dept#
4955 YARROW ST

ARVADA, CO 80002
THU-05 MAY Al

TRK# 7970 6048 9367 PIRT V R IH

80002IIEEIEHuh DEN

After printing this label:
1. Use the 'Print' button on this page to print your label to your laser or Inkjet printer.
2. Fold the printed page along the horizontal line.
3. Place label in shipping pouch and aff ix it to your shipment so that the barcode portion of the label can be read and scanned.

Warning: Use only the printed original label for shipping. Using a photocopy of this label for shipping purposes is fraudulent and could

result in additional billing charges, along with the cancellation of your FedEx account number.

Use of this system constitutes your agreement to the service conditions in the current FedEx Service Guide, available on tedexcom.FedEx will not be

responsible for any claim in excess of $100 per package, whether the result of loss, damage, delay, non -delivery, misd elivery,or misinformation, unless

you declare a higher value, pay an additional charge, document your actual loss and file a timely claim.Limitations found in the current FedEx Service

Guide apply. Your right to recover from FedEx for any loss, including intrinsic valueof the package, loss of sales, income Interest,. profit, attorney's fees,

costs, and other forms of damage whether direct, incidentalconsequential, or special Is limited to the greater of $100 or the authorized declared value.

Recovery cannot exceed actual documented losa.Maximum for Items of extraordinary value is $500, e.g. jewelry, precious metals, negotiable
Instruments and other Items listed in our ServiceGuide. Written claims must be filed within strict time limits, see current FedlEx Service Guide.

https ://www .fedex.com/shipping/htrnl/en/loi?rFame..tiT 5/4/2011


