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The following is a sumﬁrmybh ntrol resultsand-a-description of any problems

encountered during the analysis of this batch of samples:

1.

2.

All sample holding times as required by 40CFR136 were met.
All preparation blank results were below the required detection limit.

All calibration verification checks were within the required control limits of 90-110%.
Calibration verification is performed using independent standards.

Matrix spike recoveries are summarized on the Inorganic Accuracy Report contained
within this document. All recoveries were within the 75-125% guidance limits.

Replicate results are summarized on the Inorganic Precision Report contained within
this document. All results were within the 20% RPD guidance limit with the
exception of Total Organic Carbon.

The analytical methods applied by the laboratory, unless otherwise requested.
for all inorganic analyses are derived from the USEPA Method for Chemic;
Analysis of Water and Wastes (USEPA 600/4-79-020), Standard Methods for

Examination of Water and Wastewater 1 and Test Methods for
Evaluating Solid Waste (USEPA SW846).
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" F. WESTON INC.

INORGANIC DATA SUMMARY REPORT 03/26/93

CLIENT: WESTINGHOUSE HANFORD
WORK ORDER: 06168-002-001-9999-00

SAMPLE SITE ID ANALYTE

=001 BO7K18 % Solids
Total Organic Carbon

=002 BO7K20 % Soli
Total Organic Carbon

WESTON BATCH #: 9302L709

REPORTING
RESULT UNITS  LIMIT
89.4 % 0.10

2920 MG/KG 98.0
84.7 % 0.10
2020 MG/KG 250















