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Date:  05 October 2006 

To:  Fluor Hanford Inc. (technical representative) 

From: Analytical Quality Associates, Inc. 

Project: 200-UW-1 Operable Unit, Soil from Trench between 216-U-8 and 216-U-12 

Cribs 

Subject: Radiochemical - Sample Data Group (SDG) W05004 

 

 

INTRODUCTION 

 

This memorandum presents the results of data validation for SDG W05004 prepared by 

Severn Trent Laboratories - Richland for radiochemical analysis.  A list of samples 

validated along with the analytical method is provided in the following table.  

 

Sample ID Sample Date Media Validation Level Analytical Method 

B1KB53 9/10/06 Soil C SE79_SEP_IE_LSC 

B1KB54 9/10/06 Soil C SE79_SEP_IE_LSC 

B1KJ40 9/10/06 Soil C SE79_SEP_IE_LSC 

B1KJ42 9/10/06 Soil C SE79_SEP_IE_LSC 

B1KJ43 9/10/06 Soil C SE79_SEP_IE_LSC 

 

Data validation was conducted in accordance with the FHI validation statement of work 

and the Sampling and Analysis Plan for Support Activities to the 200-UW-1 Operable 

Unit, DOE/RL-2005-75, Rev. 0.  Appendices 1 through 6 provide the following 

information as indicated below: 

 

Appendix 1. Glossary of Data Reporting Qualifiers 

Appendix 2. Summary of Data Qualification 

Appendix 3. Annotated Laboratory Reports 

Appendix 4. Laboratory Narrative and Chain-of-Custody Documentation 

Appendix 5. Data Validation Supporting Documentation 

Appendix 6. Additional Documentation Requested By Client 

 

 

DATA QUALITY OBJECTIVES 

 

• Holding Times and Sample Preservation 

 

Holding times are calculated from Chain-of-Custody forms to determine the validity of 

the results.  The maximum holding time for radiochemical analysis is 180 days, or five 

half-lives, whichever is shorter.  There are no specific preservation requirements for 

radiochemical soil analysis. 

 

All holding times were acceptable. 
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• Blanks 

 

The blank data results are reviewed to assess the extent of contamination introduced 

through sampling, sample preparation, and analysis. 

 

Laboratory Blanks 

 

All laboratory blank results were acceptable. 

 

Field Blanks 

 

No field blanks were submitted for analysis. 

 

• Accuracy 

 

Accuracy is evaluated by reviewing laboratory control sample results, matrix spike 

sample results, and chemical recovery factors.  Chemical recovery factors are determined 

through use of a carrier or tracer and provide assessment of the chemical separation 

process that is affected by the laboratory procedure, sample matrix, and/or interference.  

Chemical recovery factors are used to correct the sample concentration, uncertainty, and 

minimum detectable concentration results. 

 

Laboratory Control Samples (LCSs) 

 

An LCS was not performed for Se-79 analysis.  The analytical laboratory stated in the 

case narrative that a Se-79 standard was not available at time of sample analysis.  

Therefore, all Se-79 sample results, which were non-detects, should be qualified as 

estimated and flagged “UJ.”  

 

Matrix Spike (MS) Samples 

 

MS analysis was not required since the analytical method utilized a carrier to correct for 

chemical losses during sample preparation. 

 

Carrier/Tracer Recovery Factors 

 

All carrier recovery factors were acceptable. 

 

 

• Precision 

 

Precision is evaluated by reviewing laboratory and field duplicate sample results.  These 

QC results provide information on the laboratory reproducibility and whether sampling 

activities are adequate to acquire consistent sample results. 
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Laboratory Duplicate Samples 

 

All laboratory duplicate results were acceptable. 

 

Field Duplicate Samples 

 

No field duplicates were submitted for analysis. 

 

 

• Detection Limits 

 

Reported minimum detectable concentrations (MDCs) are compared against the 

contractually required detection limits (CRDLs) to ensure that laboratory detection limits 

meet the required criteria. 

 

All reported sample MDCs were below the CRDL. 

 

 

• Completeness 

 

SDG W05004 was submitted for validation and verified for completeness.  Completeness 

is based on the percentage of data determined to be valid (i.e., not rejected).  The 

completion percentage was 100%. 

 

 

MAJOR DEFICIENCIES 

 

None found. 

 

 

MINOR DEFICIENCIES 

 

Due to the lack of LCS analysis, all Se-79 results were qualified as estimates and flagged 

“UJ.” 

 

 

REFERENCES 

 

FHI, Contract #29774, Validation of Radiological and Chemical Analytical Data, Fluor 

Hanford Incorporated, August 24, 2006.  

 

DOE/RL-2005-75, Rev.0, Sampling and Analysis Plan for Support Activities to the 200-

UW-1 Operable Unit, December 2005. 

 

Page 4 of 24



 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Appendix 1 
 

Glossary of Data Reporting Qualifiers 
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Qualifiers that may be applied by data validators in compliance with the FHI statement of 

work are as follows: 

 

• U ─ The constituent was analyzed for and was not detected.  The data should be 

considered usable for decision-making purposes. 

 

• UJ ─ The constituent was analyzed for and was not detected.  Due to a quality 

control deficiency identified during data validation the value reported may not 

accurately reflect the MDA.  The data should be considered usable for decision-

making purposes. 

 

• J ─ Indicates the constituent was analyzed for and detected.  The associated value is 

estimated due to a quality control deficiency identified during data validation.  The 

data should be considered usable for decision-making purposes. 

 

• UR ─ Indicates the constituent was analyzed for and not detected; however, due to an 

identified quality control deficiency the data should be considered unusable for 

decision-making purposes. 

 

• R ─ Indicates the constituent was analyzed for and detected; however, due to an 

identified quality control deficiency the data should be considered unusable for 

decision-making purposes. 
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Appendix 2 
 

Summary of Data Qualification 
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Radiochemical Data Qualification Summary 

SDG W05004 Reviewer: AQA Project: 200-UW-1 Page 1 of 1 

Analyte Qualifier Samples Affected Reason 

Se-79 UJ All LCS not performed 

 

Comments: None 
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Appendix 3 
 

Annotated Laboratory Reports 
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Sample Results Summary
STL Ricbland STLRL

Ordered by Method. Batch No., Client Sample 10.

Date: 03-0ct-06

Report No. : 33415 SDG No: W05004

Client Id
Batch Work Order Parameter Result +.Uncertainty (25) Qual Units Yield

MDC or
MDA CRDL RPD

STl Rlchland

rptSTLRchSaSum
mary2 V5.0.1
A2002

RPD - Relative Percent Difference.

U Qual -Analyzed fnr but not detected abnve limiting criteria. Limit criteria is less than the MdclMda or Tntal Uncert or not identified by
gamma scan snftware.

STL RICHLAND 6

6263405 SE79_SEP_IE_LSC
B1KB53

JD35G2AA SE-79 1.06E+00 +- 1.04E+00 U pCi/g 46% 1.92E+OO 1.00E+01

81 KB53 DUP
JD35G2AC SE-79 3.55E-01 +- 5.95E-01 U pCi/g 75% 1.12E+00 1.00E+01 100.0

B1KB54
JD35M2AA SE.79 Gl..::::S- 4.27E-01 +- 5.45E-01 U pCi/g 82% 1.02E+OO 1.00E+01

81 KJ40
JD35R2AA SE-79 U. -::::J 8.50E-01 +- 5.72E-01 U pCi/g 80% 1.04E+00 1.00E+01

B1KJ42
U- ;::j -2.42E-01 +- 9.41 E-01JD35V2AA SE-79 U pCi/g 47% 1.84E+OO 1.00E+01

B1KJ43
k:::r 5.08E-01 +- 1.17E+00JD35X2AA SE-79 U pCi/g 39% 2.23E+OO1.00E+01

No. of Results: 6 Ca-X.

lojS{00
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Appendix 4 
 

Laboratory Narrative and Chain-of-Custody Documentation 
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STL RICHLAND 2
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STL RICHLAND 3
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STL RICHLAND 18

Page 14 of 24



 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Appendix 5 
 

Data Validation Supporting Documentation 
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APPENDIX A

RADIOCHEMICAL DATA VALIDATION CHECKLIST

VALIDAnON
LEVEL:
PROJECT:
VALIDATOR: ~.~

E

Gross Alpha/Beta
Total Uranium

Strontium-90

Radium-22

1. Completeness 0 N/A
;;~.

Technicalverificationformspresent? y e~ N/A
Comments: I\J ~

"

2. Initial Calibration (Levels D, E) :-:mN/A

Instruments/detectors calibrated? . Yes No N/A

Initial calibration acceptable? Yes No N/A

Standards NIST traceable? . Yes No N/A

Standards Expired? . Yes No N/A

Calculation check acceptable? .. Yes No N/A

Comments:
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3. Continuing Calibration (Levels D, E) :'blIN/A

Calibration checked within required frequency? Yes No N/A

Calibration check acceptable? . Yes No N/A

Calibration check standards traceable? Yes No N/A

Calibration check standards expired? . Yes No N/A

Calculation check acceptable? ... . Yes No N/A

Comments:

4. Background Counts (Levels D, E) ~ N/A

Background Counts checked within required frequency? Yes No N/A

Background Counts acceptable? . Yes No N/A

Calculation check acceptable? . Yes No N/A

Comments:
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5. Blanks (Levels B, C, D, E) 0 N/A

Method blank analyzed within required frequency? ~ No N/A

Method blank results acceptable? @ No N/A

Analytesdetectedin methodblank? Yes~/ A

Field blank(s) analyzed? .. Yes~ N/A
Field blank results acceptable? ... Yes N0\ N/A

/

Analytesdetectedin fieldblank(s)? ..Yes N':t.~Transcription/Calculation Errors? (Levels D, E) Yes N 'N/A

Comments:

6. Laboratory Control Samples or Blank Spike Samples (Levels C, D, E) 0 N/A

LCS /BSS analyzed within required frequency? Yes@ N/A

LCS/BSS recoveries acceptable? . Yes N~N/

LCS/BSS traceable? (Levels D,E) . Yes No{N/A

LCS/BSS expired? (Levels D,E) Yes No~ A
.LCS/BSS levels correct? (Levels D,E) Yes NoCN!

Transcription/Calculation ~rrors? (Levels D, E) ../" Yes NotN/A

---u:sComments:

7. Chemical Carrier Recovery (Levels C, D, E) 0 N/A

Chemical carrier added?

~
. . Yes NO

.

N/A

Chemical recovery acceptable? ... N0 ~
Chemical carrier traceable? (Levels D, E ) es No.~
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Chemical carrier expired? (Levels D, E) Yes N~Transcription/Calculationerrors?(LevelsD, E) Yes No N/A
11(_ _

Comments:

8. Tracer Recovery (Levels C, D, E ) ~ N/A

Tracer added? Yes No N/A

Tracer recovery acceptable? .. Yes No N/A

Tracer traceable? (Levels D, E ) .. Yes No N/A

Tracer expired? (Levels D, E) . Yes No N/A

Transcription/Calculation errors? (Levels D, E) Yes No N/A

Comments:

9. Matrix Spikes (Levels C, D, E) ~ N/A

Matrix spike analyzed? . Yes No N/A

Spike recoveries acceptable?.. Yes No N/A

Spike source traceable? (Levels D, E) Yes No N/A

Spike source expired? Levels D, E) Yes No N/A

Transcription/Calculation Errors? (Levels D, E) Yes No N/A
! It. -' . . J\,. - <

Comments:
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10. Duplicates (Levels C, D, E) C]N/A

Duplicates Analyzed at required frequency? ~ No N/A

RPD Values Acceptable? @ No NtA

Transcription/Calculation Errors? (Levels D, E) Yes NO@
Comments: N

11. Field QC Samples (Levels C, D E) ~ N/A

Field duplicate sample(s) analyzed? Yes No N/A

Field duplicate RPD values acceptable? .. Yes No N/A

Field split sample(s) analyzed? Yes No N/A

Field split RPD values acceptable? Yes No N/A

Performance audit sample(s) analyzed? Yes No N/A

Performance audit sample results acceptable? Yes No N/A

Comments: N0 ~CUd ~~

12. Holding Times (All levels)

Are sample holding times acceptable? G No N/A
Comments: f\J
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13. Results and Detection Limits (All Levels ) 0 N/A

Results reported for all required sample analyses? G~NO N/A

Results supported in raw data?(Levels D, E) Yes N@

Results Acceptable? (Levels D, E) Yes N@

Transcription/Calculation errors? (Levels D, E) Yes No~
MDA's meet required detection limits? G No N/A

Transcription/calculation errors? (Levels D, E) Yes Nc@
I r_ _ '"'

Comments:
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Appendix 6 
 

Additional Documentation Requested By Client 
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STL RICHLAND 13
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STL RICHLAND 14
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