
RECEIVED SEPTEMBER 26, 2010 
0 ?951 

REVISION 1 
Mission Support Alliance 
P.O. Box 650 
Richland, Washington 99352 

January 18, 2010 

Mr. M. A. Neely, Manager 
Analytical Services 
CH2M HILL Plateau Remediation Contract 
PO Box 1600 MSIN R3-60 
Richland, WA 99352 

Dear Mike, 

M4W41-SLF-10-024 

FINAL RESULTS FOR SAMPLE DELIVERY GROUP WSCF20091249 - SAF NUMBER Fl0-011 

References : (1 ) Statement of Work (SOW), Modification No. 2 to Agreement 36587, Release 3, 
'FH WSCF ANALYTICAL SERVICES FOR GROUNDWATER' 

(2) HNF-SD-CD-QAPP-017, Rev. 9, Waste Sampling & Characterization Facility 
Quality Assurance Plan 

This letter contains the following attachments for sample delivery group WSCF20091249: 

• Cover Sheet (Attachment 1) 
• Narrative (Attachment 2) 
• Analytical Results (Attachment 3) 
• Sample Receipt Information w/Sarnple Record Sheets (Attachment 4) 

Very truly yours, 

A~~ f ,_, • S. L. Fitzgerald er.., WSCF Analytical Lab 

SLF/grf 

Attachments 4 

cc: w/ Attachments 
R. L. Barker 
H. K. Meznarich 
J. E. Trechter 
S. J . Trent 
File/LB 

S3-30 
S3-30 
S3-30 
R3-50 

AUG 0 4 2011 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 

M4W41-SLF-10-024 

ATTACHMENT 1 

COVERSHEET 

Consisting of 2 pages 
Including cover page 
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SAF# 

Fl0-011 

Report Date: 14-jan-2010 

Group#: WSCF2009 1249 

Report WGPPS /5.3 

RECEIVED SEPTEMBER 26, 2010 REVISION 1 

WSCF SAF NUMBER CROSS REFERENCE 

Group#: WSCF20091249 
Data Deliverable Date: 15-jan-2010 
Data Deliverable: Cover Sheet 

Sample ID WSCF# Matrix 

B22RK2 W09GR01099 SOIL 
B22RK3 W09GR01101 SOIL 
B22T64 W09GR01102 SOIL 
B22172 W09GR01104 SOIL 
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M4W41 -SLF-10-042 

ATI ACHMENT 2 

CORRECTED NARRATIVE w/P&D 

Consisting of 6 pages 
Including cover page 
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RECEIVED SEPTEMBER 26, 2010 

Attachment 2 
Narrative, Rev.l 
WSCF20091249 

P&D Correction - Case Narrative Replaces The Prior Submittal in its Entirety 

Introduction 

Six (6) S&GRP samples were received at the WSCF Laboratory on December l , 2009 . Only four 
of the six samples were analyzed fo r the analytes indicated on the attached copy of the chain of 
custody (COC) fom1 in accordance with the Statement of Work (SOW), Modification No. 2 lo 
Agreement 36587, Release 3, "FH WSCF ANALYTICAL SERVICES FOR GROUNDWATER. " 

The narrative (Attachment 2) will address sample characteristics, analyses requested and general 
info rmation in performance of the analyt ical methods. A Data Summary Report (Attachment 3) 
includes analytical results, a comment report detailing method abnomialities, tentatively 
identified peaks if applicable, method references, and Laboratory QC info rmation as applicable. 
Copies of the chain of custody and sample receipt documentation are included as Attachment 4. 
Additionally, a copy of the completed P&D # WSCF20091 249 is included with this case 
narrative. 

It should be noted that the attached chain of custody was stamped " ICED" by the WS CF 
Laboratory Sample Custodian during sample receiving, indicating the presence of ice in the 
transport container. 

The foll owing gener ic data qualifiers (i.e. , B, D, and J) may be applicable to this report, as 
appropriate 

• B - Sample results with a concentration greater than the MDL but less than the PQL are 
B flagged (applies to inorganic and wetchem analyses) , as appropriate. 

• D - Sample results are D fl agged if dilution(s) were required, as appropriate. 

• J - Sample results with a concentration greater than the MDL but less than the PQL are J 
flagged (applies to organic analyses), as appropriate. 

Analytical Methodology for Requested Analyses 

Refer to WSCF Method References Report, pages 16 through 18, fo r a complete listing of 
approved analytical methods. 

Inorganic Comments 

Ammonia - The hold time requirement for this analysis was met. A Duplicate, Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery 
group. See page 23 for QC details. Anal ytical Note(s): 

• Batch QC analyzed on sample# W09GR0 I099 (B22RK.2 on work order 2009 1249) 
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RECEIVED SEPTEMBER 26, 2010 
Attachment 2 

Narrative, Rev.I 
WSCF20091249 

• Matrix Spike (MS) and Matrix Spike Duplicate (MSD) recoveries are out of limits for 
ammonia. Affected sample results are "N" flagged . 

All other QC controls are within the established limits. 

Anions - Hold time requirements for this analysis were met. A Duplicate, Matrix Spike, Matrix 
Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group. 
See pages 25 through 26 for QC details. Analytical Note(s): 

• Batch QC analyzed on sample# W09GR0 I 099 (B22RK2 on work order 20091249) 

All QC controls are within the established limits . 

Cyanide - The hold time requirement for this analysis was met. A Matrix Spike, Matrix Spike 
Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group. See 
page 24 for QC details. Analytical Note(s): 

• Batch QC analyzed on sample# W09GR0I086 (B2333 1 from work order 20091244) 

o Calibration standard was expired Dec. I, 2009 but was verified against the new 
standard at 99% recovery. AITected sample results were "X" flagged. 

o LCS recovery is calculated as 115.356. This is considered as 115% and meets the 
acceptance criterion of 85- I I 5% per scientist. 

All other QC controls are within the established limits. 

Hexavalent Chrnmium - The hold time requirement for this analysis was met. A Duplicate, 
Matrix Spike, Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with 
this delivery group. See page 27 for QC details. Analytical Note(s): 

• Batch QC analyzed on sample# W09GR0 1108 (B22TB4 from work order 2009 1257) 

o MS and MSD recoveries were below laboratory limits. This is likely due to 
matrix effects of a reducing solid sample. Affected sample results were "N" 
flagged. 

All other QC controls are within the established limits. 

ICP-AES Metals - The hold time requirements for this analysis were met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery 
group. See page 28 for QC details. Analytical Note(s): 

• Batch QC analyzed on sample# W09GR0 I 099 (B22RK2 on work order 20091249) 

o Estimated Boron results due to Iron interference. Affected sample results were 
"E" flagged . 

2 
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RECEIVED SEPTEMBER 26, 2010 

Attachment 2 
Narrative, Rev.J 
WSCF20091249 

o Iron - exceeded spiking levels by a factor of 4. Spike recoveries are not valid. 

All other QC controls are within the established limits. 

ICP-MS Metals - The hold time requirements for this analysis were met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery 
group. See pages 29 through 32 for QC details. Analytical Note(s): 

• Batch QC analyzed on sample# W09GR0I037 (B22V43 from work order 20091216) 

o Aluminum - exceeded spiking levels by a factor of 4. Spike recoveries are not 
valid. Affected sample results were "X" flagged. 

o Manganese MS/MSD recoveries out of laboratory limits. Affected sample results 
were "N" flagged. 

All other QC controls are within the established limits. 

Organic Comments 

Alcohol/Glycols - The bold time requirement for this analysis was met. A Duplicate, Matrix 
Spike, Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this 
delivery group. See page 47 for QC details. Analytical Note(s): 

• Batch QC analyzed on sample# W09GR0I033 (B22V40 on work order 20091211) 

All QC controls are within the established limits. 

PCB - The hold time requirements for this analysis were met. A Matrix Spike, Matrix Spike 
Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group. See 
pages 49 through 50 for QC details. Analytical Note(s) : 

• Batch QC analyzed on sample# W09GR0 I 099 (B22RK2 on work order 20091249) 

All QC controls are within the established limits. 

Semi-VOA - The hold time requirements for this analysis were met. A Matrix Spike, Matrix 
Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group. 
See pages 51 through 56 for QC details . Analytical Note(s): 

• Batch QC analyzed on sample# W09GR0I 086 (B2333 I on work order 20091244) 

All QC controls are within the established limits. 

TPHD-WA-Tbe hold time requirements for this analysis were met. A Matrix Spike, Matrix 
Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group. 
See page 48 for QC details . Analytical Note(s): 

3 
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RECEIVED SEPTEMBER 26, 2010 

Attachment 2 
Narrative, Rev. I 
WSCF2009 l 249 

• Batch QC analyzed on sample# W09GR0 I 061 (822RJ6 on work order 20091234) 

All QC controls are within the established limits. 

VOA - The hold time requirement for this analysis was met. A Matrix Spike, Matrix Spike 
Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group. See 
pages 57 through 60 fo r QC details. Analytical Note(s): 

• Batch QC analyzed on sample# W09GR0I 088 (B23329 on work order 20091244) 

• 822RK.4 and 822RK3 - Analyses of these Methanol Blank samples and thei r associated 
high concentration VOA samples were not required. 

All QC controls are within the established limits. 

Radiochemistry Comments 

Rad Chem - The hold time requirement for this analysis was met. A Duplicate, Matrix Spike 
(Matrix Spikes apply only to, Technetium-99), Blank and Laboratory Control Sample were 
analyzed with this delivery group. See pages 67 through 74 for QC details. Analytical Note(s): 

• Batch QC fo r GEA, Gross Alpha/Beta, and Gross Alpha on Alpha Plateau analyzed on 
sample# W09GR0 I 099 (822RK2 on work order 20091249) 

• Batch QC for Tc-99 analyzed on sample# W09GR0 I 086 (823331 on work order 
20091244) 

• Batch QC for Sr-89/90 and AEA analyzed on sample# W09GR01033 (B22V40 on work 
order 20091211) 

o Naturally occurring radioisotopes: Americium-241 was detected in the blank. No 
flags applied 

All other QC controls are within the established limits. 

We certify that this data package is in compliance with the SOW, both technically and for 
completeness, for other than the conditions detailed above. Release of the data contained in this 
data package has been authorized by the Analytical Laboratory Manager (or designee) and the 
Client S rvices ree e tative as verified by the following signatures. 

Coe~ i~/.).Wr.r:4 ~ 
Richard Barker ' - O 
WSCF Client Services 

4 
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RECEIVED SEPTEMBER 26, 2010 

Problem and Discrepancy Report 

WSCF 

SDG WSCF20091249 

Attachment 2 
Narrative, Rev.I 
WSCF2009 I 249 

l. The data package has the following issues: 

a) Case narrati ve, When the Batch QC (Matrix Spike, Matrix Spike Duplicate, and 

Duplicate) was analyzed on a sample not part of the SDG, please identify the HEIS# and 

SDG# in the case narrative. 

Resolution: 

Lab Response: 

Provide correcfio11. 

Th e narrative has been revised to include specific identification for 
each analysis. 

b) Case narrative, Introduction, page S of9 1 (fi rst paragraph, second sentence) - Please 
identi fy that only four of the six samples were analyzed for the analytes indicated on the 

attached copy of the chai n of custody (COC) fonn 

Resol ution: 

Lab Response: 

Pro l'ide correcrion 

The narrative has been revised to reflect 4 of the 6 were analyzed for 
the antlytes indicated on the COCs. 

c) Case narrative, Organic Comments, VOA, page 7 of91 - Reference to sample# 8 22T72 

as one of samples not analyzed in this SDG is not correct. Please correct sample number 

reference. 

Reso lution: l'ro1·ide correcrion. 

Lab Response: The narrative has been corrected. 

d) Case narrative, Radiochemistry Comments, Rad Chem, Am-241, page 8 of9 1 -

Analytical comment is not clear. Please explain. 

Resolution: Pmvide c:orrection. 

Lab Response: The narrative has been re~·ised to prov ide clarity on the comment. 

Please correct the issues and resubmit the hard copy package. 

s 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 

M4W41-SLF-l 0-024 

AIT ACHMENT 3 

ANALYTICAL RESULTS 

Consisting of 70 pages 
Including cover page 
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WSCF 
ANALYTICAL RESULTS REPORT 

for 

Groundwater Remediation Program 

Richland, WA 99354 

Attention: Steve Trent 

All results are reported on an "as received" basis unless otherwise noted in the comment section. 

This information is intended for the use of the addressee on ly. If the reader of this report is not the intended recipient 

or is not authorized by the recipient to receive the report, you are hereby notified that any dissemination, distribution or copying of this report 

is strictly prohibited . If you have received this report in error. please notify WSCF Laboratory immediately by telephone at (509) 373-7020 or (509) 531 -8004. 

Information designation of this report is the responsibility of the customer . 

Contract#: MOA-FH-CHPRC-2008 
Report#: WSCF20091249 
Report Date: 14-jan-2010 
Report WGPP/ver. 5.2 

"""Groundwater Remediation Program 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 

wl 3qlog v4.2 14-jan- 2010 13:08:51 

Department: Inorganic 

Wl3q Worklist/Batch/QC Report for Group# WSCF20091249 

WL# S# Batch QC# Tray Type Sample# Test 
SAMPLE W09GR01099 Percent Solids 
SAMPLE W09GR01102 Percent Solids 

4 0293 18 40726 45282 BLANK ICP - 200.8 MS All possible meta 
40293 19 40726 45282 LCS ICP - 200.8 MS All possibl e meta 
4 0293 21 40726 45282 MS W09GR01037 ICP-200.8 MS All possible meta 
4 0293 22 40726 45282 MSD W09GR01037 ICP-200.8 MS All possible me t a 
4 0293 22 40726 45282 SPK-RPD W09GR01037 ICP-200.8 MS All possible meta 
40Q93 29 40726 45282 SAMPLE W09GR01099 ICP - 200.8 MS All possible meta 
40293 30 40726 45282 SAMPLE W09GR01102 ICP - 200.8 MS All possible meta 

4 0296 1 40729 45298 BLANK ICP Metals Ana l ysis, Grd H20 p 
4 0296 2 40729 45298 LCS ICP Metals Analysis, Grd H20 p 

4 0296 4 40729 45298 MS W09GR01099 ICP Metals Analysis, Grd H20 p 

4 0296 5 40729 45298 MSD W09GR01099 ICP Metals Analysis, Grd H20 p 

4 0296 3 40729 45298 SAMPLE W09GR01099 I CP Metals Analysis, Grd H20 p 

4 0296 5 4 0729 45298 SPK-RPD W09GR01099 ICP Metals Anal ysis, Grd H20 p 

4 0296 7 40729 45298 SAMPLE W09GR01102 ICP Metals Analysis, Grd H20 p 

40324 2 40758 45310 BLNK- PREP Hexavalent chromium 
4 0324 3 40758 45310 LCS Hexavalent chromium 
4 0324 10 40758 45310 SAMPLE W09GR01099 Hexavalent chromium 
4 0324 11 40758 45310 SAMPLE W09GR01102 Hexavalent chromium 
4 0324 5 40758 45310 DUP W09GR01108 Hexavalent chromium 
4 0324 6 40758 45310 MS W09GR01108 Hexavalent chromium 
4 0324 7 40758 45310 MSD W09GR01108 Hexaval ent chromium 
4 0324 9 40758 45310 SPK-POST W09GR01108 Hexavalent chromium 
4 0324 7 40758 45310 SPK-RPD W09GR01108 Hexavalent chromi um 

4 0348 2 40786 45338 BLANK Anions by Ion Chromatography 
4 0348 16 40786 45338 BLANK Anions by Ion Chromatogr aphy 
4 0348 3 40786 45338 LCS Anions by Ion Chromatography 
4 0348 5 40786 45338 DUP W09GR01099 Anions by Ion Chromatography 
4034 8 6 40786 45338 MS W09GR01099 Anions by Ion Chromatography 
4 0348 7 40786 45338 MSD W09GR01099 Anions by Ion Chromatography 
4 08 48 4 40786 45338 SAMPLE W09GR01099 Anions by Ion Chromatography 
4 03 48 7 40786 45338 SPK-RPD W09GR01099 Anions by Ion Chromatography 
4 03 48 8 40786 45338 SAMPLE W09GR01102 Anions by Ion Chromatography 

40 349 1 40787 45339 BLANK Ammonia (N) by IC 
40 349 13 40787 45339 BLANK Ammonia (N) by IC 
4 0349 3 40787 45339 LCS Ammonia (N) by IC 
4 03 49 5 40787 45339 DUP W09GR01099 Ammoni a (N ) by IC 
403 49 6 40787 4 5339 MS W09GR01099 Ammonia (N ) by IC 
4 03 49 7 4 0787 4 5339 MSD W09GR01099 Ammoni a (N ) by IC 
40 349 4 40787 45339 SAMPLE W09GR01099 Ammonia (N) by IC 
4 0349 7 40787 45339 SPK-RPD W09GR01099 Ammonia (N ) by IC 
4 0349 8 40787 45339 SAMPLE W09GR01102 Ammonia (N) by IC 

40 3 72 1 40809 45365 BLANK Cyanide by Midi/Spectrophotom 
403 72 2 40809 45365 LCS Cyanide by Midi/Spectrophotom 
4037 2 6 40809 45365 MS W09GR01086 Cyanide by Midi/Spectrophotom 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 
40372 7 40809 45365 MSD W09GR01086 Cyanide by Midi/Spectrophotorn 
40872 7 40809 45365 SPK-RPD W09GR01086 Cyanide by Midi/Spectrophotorn 
40372 9 40809 45365 SAMPLE W09GR01099 Cyanide by Midi/Spectrophotorn 
40372 10 40809 45365 SAMPLE W09GR01102 Cyanide by Midi/Spectrophotorn 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 
wl3qlog v4.2 14-jan-2010 13:08:51 

Department: Organic 

Wl3q Worklist/Batch/QC Report for Group# WSCF20091249 

WL# 8# Batch QC# Tray Type Sample# Test 

45317 BLANK SW-846 8270C Semi-Vols 
45317 LCS SW-846 8270C Semi-Vols 
45317 MS W09GR01086 SW-846 8270C Semi-Vols 
45317 MSD W09GR01086 SW-846 8270C Semi-Vols 
45317 SPK-RPD W09GR01086 SW-846 8270C Semi-Vols 
45317 SAMPLE W09GR01099 SW-846 8270C Semi-Vols 
45317 BURR W09GR01099 SW-846 8270C Semi-Vols 
45317 SAMPLE W09GR01102 SW-846 8270C Semi-Vols 
45317 BURR W09GR01102 SW-846 8270C Semi-Vols 

45361 BLANK PCBs complete list 
45361 LCS PCBs complete list 
45361 MS W09GR01099 PCBs complete list 
45361 MSD W09GR01099 PCBs complete list 
45361 SAMPLE W09GR01099 PCBs complete list 
45361 SPK-RPD W09GR01099 PCBs complete list 
45361 SURR W09GR01099 PCBs complete list 
45361 SAMPLE W09GR01102 PCBs complete list 
45361 SURR W09GR01102 PCBs complete list 

40401 1 40837 45405 BLANK Alcohols, Glycols - 8015 
4 0401 2 40837 45405 LCS Alcohols, Glycols - 8015 
4 0401 4 40837 45405 DUP W09GR01033 Alcohols, Glycols - 8015 
4 0401 5 40837 45405 MS W09GR01033 Alcohols, Glycols - 8015 
4 0401 6 40837 45405 MSD W09GR01033 Alcohols, Glycols - 8015 
4 04 01 6 40837 45405 SPK-RPD W09GR01033 Alcohols, Glycols - 8015 
40401 11 40837 45405 SAMPLE W09GR01099 Alcohols, Glycols - 8015 
4 0401 12 40837 45405 SAMPLE W09GR01102 Alcohols, Glycols - 8015 

45408 BLANK VOA Ground Water Protection 
45408 LCS VOA Ground Water Protection 
45408 MS W09GR01088 VOA Ground Water Protection 
45408 MSD W09GR01088 VOA Ground Water Protection 
45408 SPK-RPD W09GR01088 VOA Ground Water Protection 
45408 SAMPLE W09GR01101 VOA Ground Water Protection 
45408 SURR W09GR01101 VOA Ground Water Protection 
45408 SAMPLE W09GR01104 VOA Ground Water Protection 
45408 BURR W09GR01104 VOA Ground Water Protection 

45412 BLANK NWTPH-D TPH Diesel Range (Wa) 
45412 LCS NWTPH-D TPH Diesel Range (Wa) 
45412 MS W09GR01061 NWTPH-D TPH Diesel Range (Wa) 
45412 MSD W09GR01061 NWTPH-D TPH Diesel Range (Wa) 
45412 SPK-RPD W09GR01061 NWTPH-D TPH Diesel Range (Wa) 
45412 SAMPLE W09GR01099 NWTPH-D TPH Diesel Range (Wa) 
45412 SURR W09GR01099 NWTPH-D TPH Diesel Range (Wa) 
45412 SAMPLE W09GR01102 NWTPH-D TPH Diesel Range (Wa) 
45412 SURR W09GR01102 NWTPH-D TPH Diesel Range (Wa) 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 

w13qlog v4.2 14-jan-2010 13:08:51 

Department: Radiochemistry 

W13q Worklist/Batch/QC Report for ~roup# WSCF20091249 

WL# 
4 0276 
4 0276 
4 0276 
4 0276 
4 0276 

4 0333 
4 0333 
4 0333 
4 0333 
4 0333 
40 333 

S# Batch 
1 40705 
2 40705 
3 40705 
4 40705 
5 40705 

QC# 
4 5377 
45377 
45377 
45377 
45377 

1 40767 45399 
2 40767 45399 
4 40767 45399 
3 40767 45399 
7 40767 45399 
8 40767 45399 

4 0394 1 40830 45423 
4 0394 2 40830 45423 
4 0394 3 40830 45423 
40 394 10 40830 4 5423 
40 394 11 40830 45423 
4 0394 12 40830 45423 
4 0394 13 40830 45423 

4 0304 
40 304 
4 0304 
40304 
4 0304 

404 02 
4 04 02 
4 0402 
4 0402 
40 4 02 

404 45 
4 0445 
4 0445 
40 445 
404 45 
4 04 45 
40 445 

40 437 
404 37 
404 37 
404 37 
40 437 
404 37 
404 37 

404 36 
404 36 
404 36 

1 40737 45437 
2 40737 45437 
3 40737 45437 
4 40737 4 5437 
5 40737 45437 

1 40839 45438 
2 40839 45438 
3 40839 45438 
4 40839 45438 
5 40839 45438 

1 40885 4 5458 
2 40885 45458 
3 40885 45458 

10 40885 45458 
11 40885 45458 
12 40885 45458 
13 40885 45458 

1 40876 45465 
2 40876 45465 
3 40876 45465 

10 40876 45465 
11 40876 45465 
12 40876 45465 
13 40876 45465 

1 4087 5 45472 
2 40875 45472 
3 40875 45472 

Tray Type 
BLANK 
LCS 
DUP 
SAMPLE 
SAMPLE 

BLANK 
LCS 
DUP 
MS 
SAMPLE 
SAMPLE 

BLANK 
LCS 
DUP 
SAMPLE 
SURR 
SAMPLE 
SURR 

BLANK 
LCS 
DUP 
SAMPLE 
SAMPLE 

BLANK 
LCS 
DUP 
SAMPLE 
SAMPLE 

BLANK 
LCS 
DUP 
SAMPLE 
SURR 
SAMPLE 
SURR 

BLANK 
LCS 
DUP 
SAMPLE 
SURR 
SAMPLE 
SURR 

BLANK 
LCS 
DUP 

Sample# 

W09GR01099 
W09GR01099 
W09GR01102 

W09GR01086 
W09GR01086 
W09GR01099 
W09GR01102 

W09GR01033 
W09GR01099 
W09GR01099 
W09GR01102 
W09GR01102 

W09GR01099 
W09GR01099 
W09GR01102 

W09GR01099 
W09GR01099 
W09GR01102 

W09GR01033 
W09GR01099 
W09GR01099 
W09GR01102 
W09GR01102 

W09GR01033 
W09GR01099 
W09GR01099 
W09GR01102 
W09GR01102 

W09GR01033 

Test 
Gamma Energy Analysis-grd H2O 
Gamma Energy Analysis-grd H2O 
!Gamma Energy Analysis-grd H2O 
Gamma Energy Analysis - grd H2O 
'Gamma Energy Analysis-gr d H2 O 

'TC99 by Liquid Se i n. 
ITC99 by Liquid Sein. 
TC99 by Liquid Se i n . 
TC99 by Liquid Se i n. 
TC99 by Liquid Sein. 
TC99 by Liquid Sein. 

,Strontium 89/90 
Strontium 89/90 
Strontium 89/90 
Stront ium 89/90 
Stront ium 89/90 
Strontium 89/90 

1strontium 89/90 

Gross Alpha on Alpha Plateau 
Gross Alpha on Alpha Plateau 
!Gross Alpha on Alpha Plateau 
!Gross Al pha on Alpha Plateau 
Gross Alpha on Alpha Plateau 

Gross Alpha/Gross Beta 
Gross Al pha/Gross Beta 
Gross Alpha/Gross Beta 
Gross Alpha/Gross Beta 
Gross Alpha/Gross Beta 

Uranium Isotop i cs by AEA 
'Uranium Isotopics by AEA 
'Uranium Isotopics by AEA 
Uranium Isotopics by AEA 
Uranium Isotopics by AEA 
Uranium Isotopics by AEA 
Uranium Isotopi cs by AEA 

Americium by AEA 
Americium by AEA 
Americium by AEA 
,Americium by AEA 
,Americium by AEA 
!Americium by AEA 
1Americium by AEA 

(AB3 2) 
(AB32) 
(AB32 ) 
(AB32 ) 
(AB32 ) 

Plutonium Isotopics by AEA 
Plutonium Isotopics by AEA 
Plutonium Isotopics by AEA 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 
40436 10 40875 45472 SAMPLE W09GR01099 Plutonium Isotopics by AEA 
40436 11 40875 45472 BURR W09GR01099 Plutonium Isotopics by AEA 
40436 12 40875 45472 SAMPLE W09GR01102 Plutonium Isotopics by AEA 
40 436 13 40875 45472 BURR W09GR01102 Plutonium Isotopics by AEA 
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WSCF 
METHOD REFERENCES REPORT Department: Organic 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-523-427 LA-523-427: POLYCHLORINATED BIPHENYLS (PCBs) BY GAS CHROMATOGRAPHY 
EPA SW-846 8082A POLYCHLORINATED BIPHENYLS (PCBs) BY GAS CHROMATOGRAPHY 

LA-523-455 LA-523-455: VOLATILE SAMPLE ANALYSIS BY SW-846 
None No reference to any industry method. 

LA-523-456 LA-523-456: SEMIVOLATILE SAMPLE ANALYSIS BY SW-846, METHOD 8270C 
None No reference to any industry method. 

LA-523-493 NWTPH-Diesel and/or Gasoline 
None No reference to any industry method . 

Organics Organics - Alcohols, Glycols 
EPA SW-846 8015B Nonhalogenated Organics Using GC/FID 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.r1.gov/phmc/as-dol . 

Report Date: 14-jan-2010 

..Jo. Report# : WSCF20091249 
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WSCF 
METHOD REFERENCES REPORT Department: Radiochemistry 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also , a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-508-415 LA-508-415: OPERATION OF THE PROTEAN 2-INCH ALPHA/BETA COUNTING SYSTEM FOR GROSS 
None No reference to any industry method. 

LA-508-421 LA-508-421: OPERATION OF THE TRI-CARB MODEL 2500TR LIQUID SCINTILLATION ANALYZER 
HEIS ALPHA_ LSC A/B Liquid Scintilillation 
HEIS BET A_ LSC A/B Liquid Scintilallation 

' LA-508-471 LA-508-471: ALPHA ENERGY ANALYZER DATA ACQUISITION AND SYSTEM CHECKOUT USING ALP 
HEIS RAISO AEA Radium-226 

LA-508-481 LA-508-481: GAMMA ENERGY ANALYSIS USING PROCOUNT SOFTWARE 
None No reference to any industry method. 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl.gov/phmc/as-dol. 

Report Date : 14-jan-2010 
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WSCF 
METHOD REFERENCES REPORT Department: Inorganic 

The results provided in this report were generated using the following WSCF Laboratory procedures . For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-265-403 LA-265-403: Hexavalent Chromium analysis by Spectrophotometer 
Nooe No reference to any industry method. 

LA-503-401 LA-503-401: ANALYSIS OF CATIONS BY ION CHROMATOGRAPHY 
None No reference to any industry method. 

LA-505-411 LA-505-411: ELEMENTAL ANALYSIS BY INDUCTIVELY COUPLED PLASMA ATOMIC EMISSION SPE 
None No reference to any industry method. 

LA-505-412 LA-505-412: DETERMINATION OF TRACE ELEMENTS IN WATERS AND WASTES BY INDUCTIVELY 
None No reference to any industry method. 

LA-519-412 LA-519-412: TOTAL RESIDUE/% SOLIDS DRIED AT 103 - 105 C 
None No reference to any industry method. 

LA-533-410 LA-533-410: ANION ANALYSIS BY ION CHROMATOGRAPHY 
None No reference to any industry method. 

LA-695-402 LA-695-402: DETERMINATION OF CYANIDE BY MIDIDISTILLA TION AND SPECTROPHOTOMETRIC 
Nooe No reference to any industry method. 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl.gov/phmc/as-dol. 

Report Date: 14-jan-2010 

• Report# : WSCF20091249 

00 Report WGPPM/5.2 

a 
(0 -

Page 3 

:::0 
m 
0 
m 
< m 
0 
CJ) 
m 
-a -, 
m 
~ 
OJ 
m 
:::0 
N 
0) 

N 
0 
~ 

0 

:::0 
m 

CJ) 

0 z 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:Fl0-011 
Sample# W09GR01099 
Client ID: B22RK2 GPP TRENT 

WSCF 
Matrix: 

Test Performed CAS # Method RQ Result Unit 
Anions by Ion Chromatography Prep 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 1.50 mg/kg 

Chloride 16887-00-6 LA -533-410 BO 3 .43 mg/kg 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .898 mg/kg 

Nitrogen in Nitrate N03-N LA-533-410 DU < 1.55 mg/kg 

Phosphate IP) by IC P04-P LA-533-410 DU < 3.49 mg/kg 

Sulfate 14808-79-8 LA-533-410 BO 6 .83 mg/kg 

Cyanide 
Cyanide 57-12-5 LA-695-402 ux < 0 .200 mg/kg 

Hexavalent Chromium Prep 
Hexavalent Chromium 
Hexavalent Chromium 18540-29-9 LA-265-403 NU < 0. 100 mg/kg 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 LA-505-411 1.44e + 04 mg/kg 

Lithium 7439.93.2 LA-505-411 11 .3 mg /kg 

Soron 7440-42-8 LA-505-411 BE 8 .88 mg /kg 

Bismuth 7440-69-9 LA-505-411 u < 2.32 mg /kg 

ICP-200.8 MS All possible meta Prep 
ICP-200.8 MS All possible meta 
Aluminum 7429-90-5 LA-505-412 X 6 .47e+ 03 mg/kg 

Manganese 7439-96-5 LA-505-412 N 239 mg/kg 

Nickel 7440-02-0 LA-505-412 14.0 mg/kg 

Silver 7440-22-4 LA-505-412 u < 0 .100 mg/kg 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

E . Analyte is an estimate, has potent ially larger errorslinorg) 

U • Analyzed for but not detected above limiting criterialinorg) 

TP Err 

TP Err=Total Propagated Error 
DF=Dilution Factor X · Other flags/notes described in the comments/narrative( inorg) 

...a. • - Indicates results that have NOT been validated; 

CD Report WGPP/ver. 5.2 a Groundwater Remediation Program 

co 
...a. 

+ • Indicates more than six qualifier symbols 

Group#: 
Department: 
Sampled: 

SOIL Received: 

Unit DF MDL PQL 

49.89 1.5 

49 .89 2.1 

49.89 0 .90 

49 .89 1.5 

49 .89 3.5 

49.89 3 .3 

1.00 0 .20 

1.00 0 .10 

1.01 e + 002 1.8 

1.01e + 002 0.40 

1.01e + 002 1.9 

1.01e + 002 2.3 

1.00 5.02 

1.00 0 .100 

1.00 0 .201 

1.00 0 .100 

D • Analyte w as identified at a secondary dilution factor( inorg) 

N - Spike sample recovery is outside control limits.(inorg) 

U · Analyzed for but not detected above limiting criteria .(org) 

WSCF20091249 
Inorganic 
12/01/09 
12/01/09 

Analysis Date 
12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/07/09 

12/08/09 

12/04/09 

12/06/09 

12/06/09 

12/06/09 

12/06/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 
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Attention: Steve Trent 
SAF Number:FI0-011 
Sample# W09GR01099 
Client ID: B22RK2 

Test Performed CAS# 
Antimony 7440-36-0 

Barium 7440-39-3 

Beryllium 7440-41 -7 

Cadmium 7440-43-9 

Chromium 7440-47-3 

Cobalt 7440-48-4 

Copper 7440-50-8 

Vanadium 7440-62-2 

Zinc 7440-66-6 

Lead 7439-92-1 

Mercury 7439-97-6 

Thorium 7440-29-1 

Uranium 7440-61 -1 

Arsenic 7440-38-2 

Selenium 7782-49-2 

Thallium 7440-28-0 

Strontium 7440-24-6 

Nitrogen in ammonium Prep 
Nitrogen in ammonium 
Nitrogen in ammonium NH4-N 

Total solids 
Total solids TS 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

GPP TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-412 u < 0.302 mg/kg 

LA-505-412 71.4 mg/kg 

LA-505-412 0 .280 mg/kg 

LA-505-412 u < 0.100 mg/kg 

LA-505-412 9.48 mg/kg 

LA-505-412 4.79 mg/kg 

LA-505-412 9.54 mg/kg 

LA-505-412 28.3 mg/kg 

LA-505-412 30.6 mg /kg 

LA-505-412 3.86 mg/kg 

LA-505-412 u < 0 .0502 mg/kg 

LA-505-412 3 .38 mg/kg 

LA-505-412 0 .690 mg/kg 

LA-505-412 3.65 mg /kg 

LA-505-412 0.860 mg/kg 

LA-505-412 u < 0 .100 mg/kg 

LA-505-412 29.4 mg /kg 

LA-503-401 DNU < 8.58 mg/kg 

LA-519-412 96.3 Percent 

8 - The analyte < the AOL but > = the IDL/MDL (inorg) 

E • Analyte is an estimate, has potentially larger errors(inorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

X . Other flags/notes described in the comments/narrative(inorg) 

Group#: 
Department: 
Sampled: 

SOIL Received: 

Unit DF MDL PQL 
1.00 0 .301 

1.00 0 .201 

1.00 0 .0502 

1.00 0 . 100 

1.00 0 .502 

1.00 0 .0502 

1.00 0 .100 

1.00 0 .201 

1.00 0 .804 

1.00 0 .100 

1.00 0 .0502 

1.00 0 .100 

1.00 0.0502 

1.00 0.402 

1.00 0 .301 

1.00 0.100 

1.00 0 .100 

49.89 8.58 

1.00 0 .0 

D - Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside control limits .(inorg) 

U - Analyzed for but not detected above limiting criteria . (org) 

N • - Indicates results that have NOT been validated; 

0 Repon WGPP/11er. 5.2 
+ - Indicates more than six qualifier symbols 

a Groundwater Remediation Program 
(0 
~ 

WSCF20091249 
Inorganic 
12/01/09 
12/01/09 

Analysis Date 
12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12103/09 

12/03/09 

12103/09 

12/03/09 

12103/09 

12/03/09 

12103/09 

12103/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/10/09 

12/10/09 

12/03/09 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:Fl0-011 
Sample # W09GR0 1102 
Client ID: B22T64 GPP TRENT 

WSCF 
Matrix: 

Test Performed CAS # Method RQ 
Anions by Ion Chromatography Prep 
Anions by Ion Chromatography 
Fluoride 16984-48-8 

Chloride 16887-00-6 

Nitrogen in Nitrite N02-N 

Nitrogen in Nitrate N03-N 

Phosphate (Pl by IC P04-P 

Sulfate 14808-79-8 

Cyanide 
Cyanide 57 -12-5 

Hexavalent Cbromiwn Prep 
Hexavalent Cbromiwn 
Hexavalent Chromium 18540-29-9 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 

Lithium 7439-93-2 

Boron 7440-42-8 

Bismuth 7440-69-9 

ICP-200.8 MS All possible meta Prep 
ICP-200.8 MS All possible meta 
Aluminum 7429-90-5 

Manganese 7439-96-5 

Nickel 7440-02-0 

Silver 7440-22-4 

LA-533-410 DU 

LA-533-410 BO 

LA-533-410 DU 

LA-533-410 DU 

LA-533-410 DU 

LA-533-410 BO 

LA-695-402 ux 

LA-265-403 NU 

LA-505-411 

LA-505-41 1 

LA-505-411 BE 

LA-505-411 u 

LA-505-412 X 

LA-505-4 12 N 

LA-505-412 

LA-505-412 u 

Result Unit 

< 1.50 mg/kg 

4.43 mg/kg 

< 0.898 mg/kg 

< 1.55 mg/kg 

< 3.49 mg/kg 

8.95 mg/kg 

< 0.200 mg/kg 

< 0 .100 mg/kg 

1.52e +04 mg/kg 

10.9 mg /kg 

8.89 mg/kg 

< 2.30 mg/kg 

6.29e+03 mg/kg 

276 mg/kg 

9 .64 mg/kg 

< 0.0981 mg/kg 

MDL=Minimwn Detection Limit 
RQ=Result Qualifier 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors(inorg) 

U - Analyzed for but not detec ted above limiting criteria(inorg) 

TP Err 

TP Err= Total Propagated Error 
DF=Dilution Factor X - Other flags/notes desc ribed in the comments/narrative(inorg) 

N • - Indicates results that have NOT been validated; 

~ Repon WGPP!ver. 5.2 a Groundwater Remediation Program 
(D 
~ 

+ - Indicates more th an six qualifier symbols 

SOIL 

Unit OF MDL 

49 .89 1.5 

49.89 2. 1 

49.89 0 .90 

49.89 1.5 

49 .89 3.5 

49 .89 3.3 

1.00 0 .20 

1.00 0 . 10 

1.00e+002 1.8 

1.00e + 002 0.40 

1.00e+002 1.9 

1.00e + 002 2.3 

0 .98 4 .90 

0 .98 0 .0981 

0 .98 0 . 196 

0 .98 0 .0981 

Group#: 
Department: 
Sampled: 
Received: 

PQL 

D - Analyte was identified at a secondary dilution factor (inorg) 

N - Spike sample recovery is outside control limits .(inorg) 

U - Analyzed for but not detected above limiting criteria.(org) 

WSCF20091249 
Inorganic 
12/01/09 
12/01/09 

Analysis Date 
12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/1 0 /09 

12/10/09 

12/10/09 

12/07/09 

12/08/09 

12/04/09 

12/06/09 

12/06/09 

12/06/09 

12/06/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 
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Attention: Steve Trent 
SAF Number:Fl0-011 
Sample# W09GR01102 
Client ID: B22T64 

Test Perfonned CAS # 
Antimony 7440-36-0 

Barium 7440-39-3 

Beryllium 7440-41 -7 

Cadmium 7440-43-9 

Chromium 7440-47-3 

Cobalt 7440-48·4 

Copper 7440-50-8 

Vanadium 7440-62-2 

Zinc 7440-66-6 

Lead 7439-92-1 

Mercury 7439-97-6 

Thorium 7440-29-1 

Uranium 7440-61 -1 

Arsenic 7440-38-2 

Selenium 7782-49-2 

Thallium 7440-28-0 

Strontium 7440-24-6 

Nitrogen in ammonium Prep 
Nitrogen in ammonium 
Nitrogen in ammonium NH4-N 

Total solids 
Total solids TS 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

GPP TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-412 u < 0 .294 mg/kg 

LA-505-412 57.2 mg /kg 

LA-505-412 0 .330 mg/kg 

LA-505-412 u < 0 .0981 mg /kg 

LA-505-412 9 .78 mg /kg 

LA-505-412 4 .83 mg/kg 

LA-505-412 12.9 mg/kg 

LA-505-412 25 .8 mg/kg 

LA-505-412 30.2 mg/kg 

LA-505-412 4 .53 mg/kg 

LA-505-412 u < 0 .0490 mg/kg 

LA-505-412 7.38 mg/kg 

LA-505-412 0.650 mg/kg 

LA-505-412 4 .95 mg/kg 

LA-505-412 1.05 mg/kg 

LA-505-412 u < 0 .0981 mg/kg 

LA-505-412 28.6 mg/kg 

LA-503-401 DNU < 8.58 mg/kg 

LA-519-412 96.4 Percent 

B - The analyte < the RDL but > e the IDL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

X - Other flags/notes described in the comments/narrative(inorg) 

Group#: 
Department: 
Sampled: 

SOIL Received: 

Unit DF MDL PQL 
0 .98 0.294 

0 .98 0 .196 

0 .98 0 .0490 

0 .98 0 .0981 

0 .98 0 .490 

0 .98 0 .0490 

0 .98 0.0981 

0 .98 0 .196 

0 .98 0 .785 

0.98 0 .0981 

0 .98 0 .0490 

0 .98 0 .0981 

0 .98 0 .0490 

0 .98 0 .392 

0 .98 0 .294 

0.98 0.0981 

0 .98 0 .0981 

49.89 8.58 

1.00 0 .0 

D - AnalYte was identified at a secondary dilution factorfinorg) 

N - Spike sample recovery is outside control limits.(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

I\) • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

N Repon WGPP!ver_ 5.2 a Groundwater Remediation Program 
<0 
~ 

WSCF20091249 
Inorganic 
12/01/09 
12/01/09 

Analysis Date 
12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12103/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03109 

12/03/09 

12/10/09 

12/10/09 

12/03/09 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Ammonia (N) by IC 

QC 
Type Analyte 

Lab ID: W09GR01099 

CAS# 

BATCH QC ASSOCIATED WITH SAMPLE 
DUP Ammonia (N) by IC 

MS Ammonia (N) by IC 

MSD Ammonia (N) by IC 

SPK-RPD Ammonia (Nf by IC 

BATCH QC 
8LANK Ammonia (N) by IC 

BLANK Ammonia (N) by IC 

LCS Ammonia (N) by IC 

N Report w13gq/rev.4 .2 p 23 

W 14-jan-2010 13:09:05 
0 .... 
(0 
~ 

7664-41 -7 

7664-41 -7 

7664-41-7 

7664-41 -7 

7664-41 -7 

7664-4 1-7 

7664-41 -7 

QC Found QC Yield 

<8.555934 

0 .355924 71.185 

0 .354861 70.972 

70.972 

< 0 .172 n/a 

<0.172 n/a 

100.3459 100.346 

Lower 
Units Limit 

RPD 

% Recov 80.000 

% Recov 80.000 

RPD 

mg/L 0 .000 

mg/L 0 .000 

% Recov 80.000 

Upper 
Limit 

120.000 

120.000 

0 .002 

0 .002 

120.000 

Department: Inorganic 

Sample Date: 12/01/09 
Receive Date: 12/01/09 

RPD(%) 

n/a 

0 .300 

RPD 
Limit 

20.000 

20.000 

RQ 

u 

u 
u 

Analysis 
Date 

12110/09 

12/10/09 

12110/09 

12110/09 

12/10109 

12110/09 

12/10109 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Cyanide by Midi/Spectrophotom 

QC 
Type AnaJyte 

Lab ID: W09GR01086 

CAS# 

BATCH QC ASSOCIATED WITH SAMPLE 
MS Cyanide by Midi/Spectrophotom 57-12-5 

MSD Cyanide by Midi/Spectrophotom 57-12-5 

SPK-RPD Cyanide by Midi/Spectrophotom 57-12-5 

BATCH QC 
BLANK Cyanide by Midi /Spectrophotom 57-12-5 

LCS Cyanide by Midi/Spectrophotom 57-12-5 

I\) Report wl 3gq/rev.4.2 p 26 

~ 14-jan-2010 19:22:01 
0 -,, 
(C) -

QC Found QC Yield 

1.79 

1.83 

91 .500 

<0.2 

63.1 

89.500 

91 .500 

n/a 

115.356 

Lower 
Units Limit 

% Recov 75.000 

% Recov 75 .000 

RPO 

ug/L -4 .000 

% Recov 85 .000 

Upper 
Limit 

125.000 

125.000 

4 .000 

115.000 

Department: Inorganic 

Sample Date: 12/01/09 
Receive Date: 12/01/09 

RPO(%) 

2.210 

RPD 
Limit 

20.000 

RQ 

u 

Analysis 
Date 

12/10/09 

12110/09 

12/ 10/09 

12110/09 

12110/09 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Anions by Ion Chromatography 

QC 
Type 

Lab ID: 

Analyte CAS# 

W09GR01099 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Chloride 

OUP Fluoride 

OUP Nitrogen in Nitrite 

OUP Nitrogen in Nitrate 

OUP Phosphate (P) by IC 

OUP Sulfate 

MS Chlori de 

MS Fluoride 

MS Nitrogen in Nitrite 

MS Nitrogen in Nitrate 

MS Phosphate (P) by IC 

MS Sulfate 

MSO Chloride 

MSO Fluoride 

MSO Nitrogen in Nitrite 

MSO Nitrogen in Nitrate 

MSD Phosphate (P) by IC 

MSO Sulfate 

SPK-RPD Chloride 

SPK-RPD Fluoride 

SPK-RPD Nitrogen in Nitrite 

SPK-RPO Nitrogen in Nitrate 

SPK-RPD Phosphate (P) by IC 

SPK-RPD Sulfate 

!'I.> Report w13gq/rev.4.2 p 24 

01 l 4-jan-2010 13:09:05 
0 ..... 
co 
..a. 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

QC Found QC Yield 

3 .6367 

<1.492314 

<0.895388 

< 1.542058 

<3.482066 

6.8795 

0 .883856 88.830 

0.452923 88.808 

0.46596 93 . 755 

0 .461985 102.663 

0 .820923 84.894 

1.823315 91 .166 

0 .914231 91 .883 

0.460535 90.301 

0 .478209 96.219 

0.470305 104.512 

0 .850897 87 .993 

1.835454 91.773 

91 .883 

90.301 

96.219 

104.512 

87 .993 

91 .773 

Lower 
Units Limit 

RPO 

RPO 

RPO 

RPO 

RPO 

RPO 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

% Recov 80.000 

RPO 

RPO 

RPO 

RPO 

RPO 

RPO 

Upper 
Limit 

120.000 

120.000 

120.000 

120.000 

120.000 

120.000 

120.000 

120.000 

120.000 

120.000 

120.000 

120.000 

Department: Inorganic 

Sample Date: 12/01/09 
Receive Date: 12/01/09 

RPO(%) 

5.969 

n/a 

n/a 

n/a 

n/a 

0 .700 

3.379 

1.667 

2.594 

1.785 

3.585 

0 .664 

RPD 
Limit 

20.000 

20.000 

20.000 

20.000 

20.000 

20.000 

20.000 

20.000 

20.000 

20.000 

20.000 

20.000 

RQ 

u 
u 
u 
u 

Analysis 
Date 

12110/09 

12/10/09 

12/10/09 

12/10/09 

12110/09 

12110/09 

12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/10/09 

12/ 10109 

12110/09 

12110/09 

12110109 

12/10/09 

12110/09 

12/10/09 

12110/09 

12110/09 

12110/09 

12/1 0 /09 

12/10/09 

;o 
m 
0 
m 
< m 
0 
Cl) 
m 
""'CJ -, 
m 
~ 
co 
m 
;o 
N 
0) 

N 
0 
-lo. 

0 

;o 
m 
< 
Cl) 

0 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Anions by Ion Chromatography 

QC 
Type Analyte 

BATCH QC 
BLANK Chloride 

BLANK Chloride 

BLANK Fluoride 

BLANK Fluoride 

BLANK Nitrogen in Nitrite 

BLANK Nitrogen in Nitrite 

BLANK Nitrogen in Nitrate 

BLANK Nitrogen in Nitrate 

BLANK Phosphate (Pl by IC 

BLANK Phosphate (Pl by IC 

BLANK Sulfate 

BLANK Sulfate 

LCS Chloride 

LCS Fluoride 

LCS Nitrogen in Nitrite 

LCS Nitrogen in Nitrate 

LCS Phosphate (Pl by IC 

LCS Sullate 
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CAS# 

16887-00-6 

16887-00-6 

16984-48-8 

16984-48-8 

N02-N 

N02-N 

N03-N 

N03-N 

P04-P 

P04-P 

14808-79-8 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

Lower Upper 
QC Found QC Yield Uruts Limit Limit 

<4.3e-2 n/a mg/L 0 .000 0.030 

<4.3e-2 n/a mg/L 0 .000 0 .030 

<3e-2 n/a mg/L 0 .000 0 .030 

<3e-2 n/a mg/L 0.000 0 .030 

< 1.8e-2 n/a mg/L 0.000 0 .020 

<1 .8e-2 n/a mg/L 0 .000 0.020 

<3 .1e-2 n/a mg/L 0 .000 0 .040 

<3.le-2 n/a mg/L 0 .000 0.040 

<7e-2 n/a mg/L 0.000 0 .200 

<7e-2 n/a mg/L 0 .000 0 .200 

<6.6e-2 n/a mg/L 0 .000 0 .200 

<6.6e-2 n/a mg/L 0 .000 0 .200 

184.5604 92.744 % Recov 80.000 120.000 

95.4224 93.551 % Recov 80.000 120.000 

95.1941 95 .769 % Recov 80.000 120.000 

88.7549 98.726 % Recov 80.000 120.000 

178.922 92 .514 % Recov 80.000 120.000 

364.8514 91.213 % Recov 80.000 120.000 

Department: Inorganic 

Sample Date: 
Receive Date: 

RPD Analysis 
RPD(%) Limit RQ Date 

u 12/10/09 

u 12/10/09 ;o 
u 12/10/09 m 
u 12/10/09 0 
u 12/10/09 m 
u 12/10/09 < 
u 12/10/09 m 
u 12/10/09 0 
u 12/10/09 (/) 
u 12/10/09 m 
u 12/10/09 "1J 
u 12/10/09 -f 

m 12/10/09 s: 12/10/09 

12/10/09 OJ 
m 

12/10/09 ;o 
12/10/09 

12/10/09 N 
0) 

N 
0 
-lo. 

0 

::0 
m 
< 
(/) 

0 

-lo. 



WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Hexavalent chromium 

QC Lower Upper 
Type Analyte CAS# QC Found QC Yield Units Limit Limit 

Lab ID: W09GR01108 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Hexavalent chromium 18540-29-9 < 0.10 RPD 

MS Hexavalent chromium 18540-29-9 434 78 .339 % Recov 75.000 125.000 

MS Hexavalent chromium 18540-29-9 7.13 39 .611 % Recov 75.000 125.000 

MSD Hexavalent chromium 18540-29-9 8.43 44.840 % Recov 75.000 125.000 

SPK-POST Hexavalent chromium 18540-29-9 0 .0492 92.135 % Re cov 75.000 125.000 

SPK-RPD Hexavalent chromium 18540 -29-9 44.840 RPD 

BATCH QC 
BLNK-PREP Hexavalent chromium 18540-29-9 < 0.10 n/a ug/g 0 .000 2.000 

LCS Hexavalent chromium 18540-29-9 16.6 86.911 % Recov 80.000 120.000 

I\) Report w 13gq/rev.4.2 p 27 ...... . O 14-Jan-2010 13:09:05 -(0 
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Department: Inorganic 

Sample Date: 12/01/09 
Receive Date: 12/03/09 

RPD Analysis 
RPD(%) Limit RQ Date 

n/a 15.000 u 12/08/09 

12/08/09 

12/08 /09 

12/08/09 

12/08/09 

12.384 20.000 12/08/09 

u 12/08/09 

12/08/09 

::0 
m 
0 
m 
< m 
0 
(/) 
m 
"lJ -, 
m s: 
OJ 
m 
::0 
I\.) 
0) 

I\.) 
0 
_,.J. 

0 

::0 
m 
< 
(/) 

0 



WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: ICP Metals Analysis , Grd H20 P 

QC 
Type Analyte 

Lab ID: W09GR01099 

CAS# 

BATCH QC ASSOCIATED WITH SAMPLE 
MS Boron 7440-42-8 

MS Bismuth 7440-69-9 

MS Iron 7439-89-6 

MS Lithium 7439-93-2 

MSD Boron 7440-42-8 

MSD Bismuth 7440-69-9 

MSD Iron 7439-89-6 

MSD Lithium 7439-93-2 

SPK-RPD Boron 7440-42-8 

SPK-RPD Bismuth 7440-69-9 

SPK-RPD Iron 7439-89-6 

SPK-RPD Lithium 7439-93-2 

BATCH QC 
BLANK Boron 7440-42-8 

BLANK Bismuth 7440-69-9 

BLANK Iron 7439-89-6 

BLANK Lithium 7439-93-2 

LCS Boron 7440-42-8 

LCS Bismuth 7440-69-9 

LCS Iron 7439-89-6 

LCS Lithium 7439-9 3-2 
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QC Found QC Yield 

91.424 

96.32 

-660 

48 

91 .094 

95.6 

250 

46.72 

92.014 

96.566 

252.525 

93.440 

< 1.9e-2 

< 2.3e-2 

< 1.Be-2 

< 4e-3 

127.9 

95 .68 

17330 

110.7 

92 .347 

97 .293 

-666.667 

96.000 

92.014 

96.566 

252.525 

93.440 

n/a 

n/a 

n/a 

n/a 

111 .217 

95 .680 

129.328 

110.700 

Lower 
Units Limit 

% Recov 75 .000 

% Recov 75 .000 

% Recov 75.000 

% Recov 70.000 

% Recov 75 .000 

% Recov 75.000 

% Recov 75.000 

% Recov 75 .000 

RPD 

RPO 

RPD 

RPD 

ug/mL 

ug/mL 

ug/mL 

ug /mL 

% Recov 45 .000 

% Recov 80.000 

% Recov 47.000 

% Recov 80.000 

Upper 
Limit 

125.000 

125 .000 

125.000 

130.000 

125.000 

125.000 

125.000 

125.000 

156.000 

120.000 

152.000 

120.000 

Department: Inorganic 

Sample Date: 12/01 /09 
Receive Date: 12/01/09 

RPO(%) 

0 .361 

0 .750 

-443 .902 

2.703 

RPD 
Limit 

20.000 

20.000 

20.000 • 

20.000 

RQ 

u 
u 
u 
u 

Analysis 
Date 

12/D6/09 

12/06/09 

12/06/09 

12/06/09 

12/06/09 

12/06/09 

12/06/09 

12/06/09 

12/06/09 

12/06 /09 

12/06 /09 

12106/09 

12/06109 

12/06109 

12/06/09 

12/06/09 

12/06/09 

12106/09 

12/06/09 

12/06/09 

::0 
m 
0 
m 
< m 
0 
(J) 
m 
7J 
-i 
m 
~ 
OJ 
m 
::0 
N 
0) 

N 
0 
~ 

0 
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m 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 11/23/09 
Test: ICP-200.8 MS All possible meta Receive Date: 11/23/09 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W09GR01037 
BATCH QC ASSOCIATED WITH SAMPLE :::0 
MS Silver 7440-22-4 100.6 100.600 % Recov 70.000 130.000 12/03/09 m 
MS Aluminum 7429-90-5 1878 187.800 % Recov 70.000 130:000 12/03/09 0 
MS Arsenic 7440-38-2 103.02 103.020 % Recov 70.000 130.000 12/03/09 m 
MS Barium 7440-39-3 105.25 105.250 % Recov 70.000 130.000 12/03/09 < 
MS Beryll ium 7440-41 -7 100.92 100.920 % Recov 70.000 130.000 12/03/09 m 
MS Cadmium 7440-43-9 100.7 100.700 % Recov 70.000 130.000 12/03/09 0 
MS Cobalt 7440-48-4 94.88 94.880 % Recov 70.000 130.000 12/03/09 (J) 
MS Chromium 7440-47-3 95 .81 95.810 % Recov 70.000 130.000 12/03/09 m 
MS Copper 7440-50-8 101.42 101.420 % Recov 70.000 130.000 12/03/09 -u 
MS Mercury 7439-97-6 2.08 104.000 % Recov 70.000 130.000 12/03/09 -, 
MS Manganese 7439-96-5 141 .1 141.100 %Recov 70.000 130.000 12/03/09 m 
MS Nickel 7440-02-0 94.69 94.690 % Recov 70.000 130.000 12/03/09 ~ 
MS Lead 7439-92-1 100.03 100.030 % Recov 70.000 130.000 12/03/09 OJ 
MS Antimony 7440-36-0 93.06 93.060 % Recov 70.000 130.000 12/03l 09 m 
MS Selenium 7782-49-2 101.05 101 .050 % Recov 70.000 130.000 12/03/09 :::0 
MS Strontium 7440-24-6 111 .75 111.750 % Recov 70.000 130.000 12/03/09 N 

0) 
MS Thorium 7440-29-1 100.9 100.900 % Recov 70.000 130.000 12/03/09 

MS Thallium 7440-28-0 100.9 100.900 % Recov 70.000 130.000 12/03/09 N 
MS Uranium 7440-61 -1 100.58 100.580 % Recov 70.000 130.000 12/03/09 0 

......),. 

MS Vanadium 7440-62-2 100.87 100.870 % Recov 70.000 130.000 12/03/09 0 
MS Zinc 7440-66-6 98.31 98.310 % Recov 70.000 130.000 12/03/09 

MS0 Silver 7440-22-4 102.5 102.500 % Recov 70.000 130.000 12/03/09 

MSD Aluminum 7429-90-5 2736 273.600 % Recov 70.000 130.000 12/03/09 :::0 
MSO Arsenic 7440-38-2 107.22 107.220 % Recov 70.000 130.000 12/03/09 

m 
MSD Barium 7440-39-3 113.85 113.850 % Recov 70.000 130.000 12/03/09 < 
MS0 Beryllium 7440-41 -7 106.92 106.920 % Recov 70.000 130.000 12/03/09 

(J) 

z 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 11/23/09 
Test: ICP-200.8 MS All possible meta Receive Date: 11/23/09 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
MSO Cadmium 7440-43-9 103.7 103.700 % Recov 70.000 130.000 12/03/09 

MSO Cobalt 7440-48-4 96.88 96.880 % Recov 70.000 130.000 12/03/09 

MSO Chromium 7440-47-3 98 .51 98 .510 % Recov 70.000 130.000 12/03/09 

MSO Copper 7440-50-8 95 .72 95.720 % Recov 70.000 130.000 12/03/09 ;o 
MSO Mercury 7439-97-6 2.21 110.500 % Recov 70.000 130.000 12/03/09 m 
MSO Manganese 7439-96-5 157.5 157.500 % Recov 70.000 130.000 12/03/09 0 
MSO Nickel 7440-02-0 100.39 100.390 % Recov 70.000 130.000 12/03/09 m 
MSO Lead 7439-92-1 103.83 103.830 % Recov 70.000 130.000 12/03/09 < 
MSO Antimony 7440-36-0 96.15 96.150 % Recov 70.000 130.000 12/03/09 m 
MSO Selenium 7782-49-2 105.95 105.950 % Recov 70.000 130.000 12/03/09 0 
MSO Strontium 7440-24-6 118.25 118.250 % Recov 70.000 130.000 12/03/09 (/) 
MSO Thorium 7440-29-1 105.3 105.300 % Recov 70.000 130.000 12/03/09 m 
MSO Thallium 7440-28-0 104 104.000 % Recov 70.000 130.000 12/03/09 ""O 
MSO Uranium 7440-61-1 103.08 103.080 % Recov 70.000 130.000 12/03 /09 -i 
MSD Vanadium 7440-62-2 101 .07 101 .070 % Recov 70.000 130.000 12/03/09 m 
MSO Zinc 7440-66-6 102.51 102.510 % Recov 70.000 130.000 12/03/09 ~ 
SPK-RPD Silver 7440-22-4 102.500 RPO 1.871 20.000 12/03/09 

lJ) 
m 

SPK-RPO Aluminum 7429-90-5 273.600 RPO 37.191 20.000 • 12/03/09 ;o 
SPK-RPD Arsenic 7440-38-2 107.220 RPO 3.995 20.000 12/03/09 

SPK-RPD Barium 7440-39-3 113.850 RPO 7.850 20.000 12/03/09 
I\.) 
0) 

SPK-RPD Beryllium 7440-41 -7 106.920 RPO 5.774 20.000 12/03/09 

SPK-RPD Cadmium 7440-43-9 103.700 RPO 2.935 20.000 12/03/09 I\.) 

SPK-RPD Cobalt 7440-48-4 96.880 RPO 2.086 20.000 12/03/09 
0 
~ 

SPK-RPD Chromium 7440-47-3 98.510 RPO 2.779 20.000 12/03/09 0 
SPK-RPD Copper 7440-50-8 95.720 RPO 5.783 20.000 12/03/09 

SPK-RPD Mercury 7439-97-6 110.500 RPO 6 .061 20.000 12/03/09 ;o 
SPK-RPO Manganese 7439-96-5 157.500 RPO 10.985 20.000 12/03/09 m 
SPK-RPD Nickel 7440-02-0 100.390 RPO 5 .844 20.000 12/03 /09 < SPK-RPD Lead 7439-92-1 103.830 RPO 3.728 20.000 12/03/09 

SPK-RPD Antimony 7440-36-0 96.150 RPO 3.266 20.000 12/03/09 
(/) 

0 
z 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Nwnber: WSCF20091249 
Matrix: SOLID Sample Date: 11/23/09 
Test: ICP-200.8 MS All possible meta Receive Date: 11/23/09 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
SPK-APD Selenium 7782-49-2 105.950 RPD 4.734 20.000 12/03/09 

SPK-RPO Strontium 7440-24-6 118.250 RPD 5.652 20.000 12/03/09 

SPK-RPD Thorium 7440-29-1 105.300 RPD 4 .268 20.000 12/03/09 

SPK-RPD Thallium 7440-28-0 104.000 RPO 3.026 20.000 12/03/09 ;o 
SPK-RPD Uranium 7440-61-1 103.080 RPD 2 .455 20.000 12/03/09 m 
SPK-RPD Vanadium 7440-62-2 101.070 RPD 0 .198 20.000 12/03/09 0 
SPK-RPD Zinc 7440-66-6 102.510 RPD 4. 183 20.000 12/03/09 m 
BATCH QC < m 
BLANK Silver 7440-22-4 < 0.1 n/a ug/L u 12/03/09 0 
BLANK Aluminum 7429-90-5 < 5 n/a ug /L u 12/03/09 (/) 
BLANK Arsenic 7440-38-2 <0.4 n/a ug/L u 12/03/09 m 
BLANK Barium 7440-39-3 < 0 .2 n/a ug /L u 12/03/09 ""O 
BLANK Beryllium 7440-41 -7 <5e-2 n/a ug/L u 12/03/09 --f 
BLANK Cadmium 7440-43-9 <0.1 n/a ug/L u 12/03/09 m 
BLANK Cobalt 7440-48-4 <5e-2 n/a ug/L u 12/03/09 ~ 
BLAfllK Chromium 7440-47-3 < 0 .5 n/a ug/L u 12/03/09 OJ 

m BLANK Copper 7440-50-8 < 0 .1 n/a ug/L u 12/03/09 ;o 
BLANK Mercury 7439-97-6 <5e-2 n/a ug/L u 12/03/09 

BLANK Manganese 7439-96-5 <0.1 n/a ug/L u 12/03/09 I\J 
0) 

BLANK Nickel 7440-02-0 < 0.2 n/a ug/L u 12/03/09 -
BLANK Lead 7439-92-1 < 0 .1 n/a ug/L u 12/03/09 I\J 
BLANK Antimony 7440-36-0 < 0 .3 n/a ug/L u 12/03/09 0 

...Jo. 
BLANK Selenium 7782-49-2 <0.3 n/a ug/L u 12/03/09 0 
BLAN K Strontium 7440-24-6 < 0 .1 n/a ug/L u 12/03/09 

BLANK Thorium 7440-29-1 < 0 . 1 n/a ug/L u 12/03/09 

BLANK Thallium 7440-28-0 < 0 .1 n /a ug/L u 12/03/09 
;o 
m BLANK Uranium 7440-61 -1 < 5e-2 n/a ug /L u 12/03/09 < BLANK Vanadium 7440-62-2 <0.2 n/a ug/L u 12/03/09 

BLAN K Zinc 7440-66-6 < 0.8 n/a ug/L u 12/03/09 
(/) 

z 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 
Test: ICP-200.8 MS All possible meta Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Lim.it Limit RPO(%) Limit RQ Date 
LCS Silver 7440-22-4 110.7 109.604 % Recov 81 .000 128.000 12/03/09 

LCS Aluminum 7429-90-5 9086 110.000 % Recov 47.000 122.000 12/03/09 

LCS Arsenic 7440-38-2 143 108.333 % Recov 78.000 124.000 12/03/09 

LCS Barium 7440-39-3 326 .1 102.226 % Recov 77.000 119.000 12/03/09 ;o 
LCS Beryll ium 7440-41-7 98.55 110. 112 

LCS Cadmium 7440-43-9 71 .15 106.992 

LCS Cobalt 7440-48-4 75 102.599 

% Recov 78.000 118.000 

% Recov 75.000 127.000 

% Recov 75 .000 124.000 

12/03109 m 
12/03/09 () 

12/03/09 m 
LCS Chromium 7440-47-3 75.45 103.498 % Recov 67 .000 119.000 12/03/09 < 
LCS Copper 7440-50-8 69 .6 101 .606 

LCS Mercury 7439-97-6 8 .3 100.242 

% Recov 68.000 122.000 

% Recov 72 .000 117.000 

12/03/09 m 
12/03/09 0 

LCS Manganese 7439-96-5 471.4 104.062 % Recov 72.000 123.000 12/03/09 en 
LCS Nickel 7440-02-0 58 .71 105.594 % Recov 73.000 123 .000 12/03/09 m 
LCS Lead 7439-92-1 139.4 107.231 

LCS Antimony 7440-36-0 121.3 134.479 

LCS Selenium 7782-49-2 187.5 116.460 

LCS Strontium 7440-24-6 57 .61 105.901 

LCS Thorium 7440-29-1 398.9 99 . 725 

% Recov 77.000 125.000 

% Recov 65 .000 203.000 

% Recov 82.000 129.000 

% Recov 77.000 118.000 

% Recov 79.000 108.000 

12/03109 -a 
12/03/09 

-, 
m 

12/03/09 
~ 12/03/09 
(JJ 

12/03/09 m 
LCS Thallium 7440-28-0 136.7 102.782 % Recov 55 .000 130 .000 12/03/09 ;o 
LCS Uranium 7440-61 -1 406.9 101 .725 

LCS Vanadium 7440-62-2 87.64 105.590 

% Recov 84.000 110.000 

% Recov 65.000 122.000 

12/03109 
N 

12/03/09 0) 
LCS Zinc 7440-66-6 187.1 105.706 % Recov 75.000 130.000 12103/09 -

N 
0 
-l. 

0 

;o 
m 
< 
en 
0 
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WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Sample # Client ID 

Steve Trent 
Fl0-011 

Lab Area 

VALGROUP 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

VALTEST - Test Validation 
LOGIEST - Login for Tests 

This report may not be reproduced. except in its entirety without the written approval of the WSCF Laboratory . 

(.J 
(.J 

a 
co -

wgppc/5.2 Report# : WSCF20091249 Report Date: 14-jan-2010 

Group#: 
Department: 

WSCF20091249 
Inorganic 

Comment 

ICP-MS:Aluminum sample concentration more 

than 4X spike amount . Spike information not valid . ·x· flag 

Manganese spike recoveries above 130%. "N" flag 

ICP-AES : Samples W09GR1099 and W09GR1102 

Estimated boron result due to iron interference; "E" flag . 

Iron sample result exceeds spiking level by a factor of 4 so 

spike recoveries are not valid . 

Sample result less than 5 t imes the MDL; "B" flag. 

Hexavalent Chromium matrix spike recoveries were below limit 

s. This is likely due to matrix effects of a redu cing solid 

sample. jpw 

Organic: Results are moisture corrected and reported on a 

dry weight basis . cgc 

IC Cation • MS/MSD recoveries out of limits for ammonia. 

Data N-flagged . DTS 

Cyanide : LCS recovery is calculated as 115.356% . 

This is considered as 115% and meets the acceptance 

criterion of B5 - 115%. 

Calibration standard was expired 12-1-09 was was verif ied 

TESTDATA - Test Data Entry 
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WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Sample # Client ID 

Steve Trent 
Fl0-011 

Lab Area 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

VALTEST - Test Validation 
LOGTEST - Login for Tests 

This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory . 

w 
~ wgppc/5. 2 Report #: WSCF2009 1249 

0 
"""" (0 .... 

Report Date: 14-jan-2010 

Group#: WSCF20091249 
Department: Inorganic 

Comment 

against t he new standard at 99% recovery "X " flag 

;o 
m 
0 
m 
< m 
0 
en 
m 
""CJ 
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m 
~ 
CD 
m 
;o 

----- -- ---~N~ -

TESTDATA - Test Data Entry 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:Fl0-011 
Sample# W09GR01099 
Client ID: B22RK2 GPP TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Alcohols, Glycols - 8015 Prep 
Alcohols, Glycols - 8015 
Diethyl ether 60-29-7 Organics u < 5.00e+03 ug/kg 

Ethylene glycol 107-21 -1 Organics u < 5.00e+03 ug/kg 

NWTPH-D TPH Diesel Range (Wa) Prep 
NWTPH-D TPH Diesel Range (Wa) 
Total Pet. Hydrocarbons Diesel TPHDIESEL LA-523-493 u < 5.20 mg/kg 

Kerosene TPHKEROSENE LA-523-493 u < 5.20 mg/kg 

PCBs complete list Prep 
PCBs complete list 
Aroclor-1016 12674-11 -2 LA-523-427 u < 10.0 ug /kg 

Aroclor-1221 11104-28-2 LA-523-427 u < 21 .0 ug /kg 

Aroclor -1232 11141 -16-5 LA-523-427 u < 10.0 ug/kg 

Aroclor-1242 53469-21 -9 LA-523-427 u < 10.0 ug /kg 

Aroclor-1 248 12672-29-6 LA-523-427 u < 10.0 ug/kg 

Aroclor-1254 11097-69-1 LA-523-427 u < 10.0 ug /kg 

Aroclor-1260 11096-82-5 LA-523-427 u < 10.0 ug/kg 

Aroclor-1262 37324-23-5 LA-523-427 u < 10.0 ug /kg 

Aroclor-1268 11100-14-4 LA-523-427 u < 10.0 ug/kg 

SW-846 8270C Semi-Vols Prep 
SW-846 8270C Semi-Vols 
4-Nitrophenol 100-02-7 LA-523-456 u < 340 ug/kg 

1,4-Dichlorobenzene 106-46-7 LA-523-456 u < 260 ug/kg 

Phenol 108-95-2 LA-523-456 u < 160 ug /kg 

1,2,4-Trichlorobenzene 120-82-1 LA-523-456 u < 160 ug /kg 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 

B - The analyte < the AOL but > = the IDL/MDL (inorg) 

E . Analyte is an estimate, has potentially larger errors(inorg) 

U • Analyzed for but not detected above limiting criterialinorg) 

TP Err 

TP Err=Total Propagated Error 
DF=Dilution Factor X · Other flags/notes described in the comments/narrativelinorg) 

W • - Indicates results that have NOT been validated ; + · Indicates more than six qualifier symbols 

u, Repon WGPP/ver. 5.2 a Groundwater Remediation Program 
(0 
~ 

Group#: 
Department: 
Sampled: 

SOIL Received: 

Unit DF MDL PQL 

1.00 5.0e+03 

1.00 5.0e+03 

1.00 5.2 

1.00 5.2 

1.00 10 

1.00 21 

1.00 10 

1.00 10 

1.00 10 

1.00 10 

1.00 10 

1.00 10 

1.00 10 

1.00 3.4e +02 

1.00 2.68 +02 

1.00 1.6e + 02 

1.00 1.6e +02 

D · Analyte was identified at a secondary dilution factor(inorg) 

N • Spike sample recovery is outside control limits .(inorg) 

U · Analyzed for but not detected above limiting criteria. (org) 

WSCF2009 l 249 
Organic 
12/01/09 
12/01/09 

Analysis Date 
12/03/09 

12/03/09 

12/03/09 

12/02/09 

12/09/09 

12/09/09 

12/03/09 

12/16/09 

12/16/09 

12/16/09 

12/16/09 

12/16/09 

12/16/09 

12/16/09 

12/16/09 

12/16/09 

12/02/09 

12/07/09 

12/07 /09 

12/07/09 

12/07/09 
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Attention: Steve Trent 
SAF Number:Fl0-011 
Sample# W09GR01099 
Client ID: B22RK2 

Test Performed CAS # 
2,4-Dinitrotoluene 121 -14-2 

Pyrene 129-00-0 

4-Chloro-3-methylphenol 59-50-7 

N-Nitrosodi -n-dipropylamine 621 -64-7 

Acenaphthene 83-32-9 

Pentachlorophenol 87-86-5 

2-Chlorophenol 95-57-8 

4-Nitroaniline 100-01 -6 

4-8romophenylphenyl ether 101 -55-3 

2,4-Dimethylphenol 105-67-9 

4-Chloroaniline 106-47-8 

8is(2-chloro-1-methylethyl)eth 108-60-1 

Bis(2-chloroethyl) ether 111-44-4 

Bis(2-Chloroethoxy)methane 111 -91-1 

Bis(2-ethylhexyl) phthalate 117-81 -7 

Di-n-octylphthalate 117-84-0 

Hexachlorobenzene 118-74-1 

Anthracene 120-12-7 

2,4-Dichlorophenol 120-83-2 

Dimethyl phthalate 131-11-3 

Dibenzof uran 132-64-9 

Benzo(ghi)perylene 191 -24-2 

lndeno( 1,2,3-cd)pyrene 193-39-5 

Benzo(b)fluoranthene 205-99-2 

Fluoranthene 206-44-0 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

GPP TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 420 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 290 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 230 ug/kg 

LA-523-456 u < 290 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 420 ug /kg 

LA-523-456 u < 420 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 180 ug/kg 

LA-523-456 u < 160 ug /kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 330 ug/kg 

LA-523-456 u < 340 ug/kg 

LA-523-456 u < 210 ug/kg 

LA-523-456 u < 160 ug/kg 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

X - Other flags/notes described in the comments/narrative(inorg) 

Group#: 
Department: 
Sampled: 

SOIL Received: 

Unit DF MDL PQL 
1.00 1.6e + 02 

1.00 1.6e + 02 

1.00 1.6e + 02 

1.00 1.6e +02 

1.00 1.6e + 02 

1.00 4 .2e + 02 

1.00 1.6e + 02 

1.00 2.98 +02 

1.00 1.6e + 02 

1.00 2.3e + 02 

1.00 2.9e +02 

1.00 1.6e + 02 

1.00 1.6e +02 

1.00 1.6e + 02 

1.00 4.2e + 02 

1.00 4.2e +02 

1.00 1.6e+02 

1.00 1.6e+ 02 

1.00 1.8e+02 

1.00 1.6e+02 

1.00 1.6e+02 

1.00 3.3e+02 

1.00 3.4e +02 

1.00 2.1e+02 

1.00 1.6e+02 

D - Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside control limits.(inorg) 

U - Analyzed for but not detected above limiting criteria.(org) 

W • - Indicates results that have NOT been validated ; + - Indicates more than six qualifier symbols 

a, Report WGPP/ver. 5.2 a Groundwater Remediation Program 
co 
~ 

WSCF20091249 
Organic 
12/01/09 
12/01/09 

Analysis Date 
12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 
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Attention: Steve Trent 
SAF Number:Fl0-011 
Sample# W09GR01099 

__ Client ID:_ B22RK.2_ 

Test Perfonned CAS# 
Benzo(k)fluoranthene 207-08-9 

WSCF 
ANALYTICAL RESULTS REPORT 

Qf>P TRENT Matrix: __ SOIL 
WSCF 

Method RQ Result Unit TP Err Unit 
LA-523-456 u < 210 ug /kg 

Group#: 
Department: 
Sampled: 
Received: 

OF MDL PQL 
1.00 2. 1e + 02 

--A1:-enaphthylene --208°96-8 --LA-523-456- u 150- ug/kg - 1.oo---1.6e -ic02 

Chrysene 218-01 -9 

Benzo(a)pyrene 50-32-8 

2,4-Dinitrophenol 51 -28-5 

Dibenzla,h)anthracene 53-70-3 

4,6-Dinitro-2-methylphenol 534-52-1 

1,3-Dichlorobenzene 541 -73-1 

Benzo(a)anthracene 56-55-3 

2,6-Dinitrotoluene 606-20-2 

4-Chlorophenylphenyl ether 7005-72-3 

Hexachlorocyclopentadiene 77-47-4 

lsophorone 78-59-1 

Diethylphthalate 84-66-2 

Di-n-butylphthalate 84-74-2 

Phenanthrene 85-01 -8 

Butylbenzylphthalate 85-68-7 

N-Nitrosodiphenylamine 86-30-6 

Fluorene 86-73-7 

Carbazole 86-74-8 

Hexachlorobutadiene 87-68-3 

2-Nitroaniline 88-74-4 

2-Nitrophenol 88-75-5 

Naphthalene 91-20-3 

2-Methylnaphthalene 91 -57-6 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 230 ug /kg 

LA-523-456 u < 640 ug/kg 

LA-523-456 u < 340 ug/kg 

LA-523-456 u < 340 ug/kg 

LA-523-456 u < 280 ug/kg 

- LA-523-456_ u --< 160 __ ug/kg __ 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 420 ug/kg 

LA-523-456 u < 420 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug /kg 

LA-523-456 u < 170 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 180 ug/kg 

LA-523-456 u < 160 ug /kg 

LA-523-456 u < 160 ug/kg 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

(Jo) • - Indicates results that have NOT been validated; 

....,. Report WGPP!ver. 5.2 a Groundwater Remediation Program 
co 

+ - Indicates more than six qualifier symbols 

-

1.00 1.6e + 02 

1.00 2.3e + 02 

1.00 6.4e + 02 

1.00 3.4e + 02 

1.00 3.4e + 02 

1.00 2.8e +02 

1.00 ___ 1.6e + O 

1.00 1.6e + 02 

1.00 1.6e+02 

1.00 1.6e + 02 

1.00 1.6e + 02 

1.00 4.2e + 02 

1.00 4.2e + 02 

1.00 1.6e + 02 

1.00 1.6e+ 02 

1.00 1.7e + 02 

1.00 1.6e + 02 

1.00 1.6e + 02 

1.00 1.6e + 02 

1.00 1.6e + 02 

1.00 1.8e + 02 

1.00 1.68 + 02 

1.00 1.6e + 02 

D • Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside control limits .(inorg) 

U • Analyzed for but not detected above limiting criteria.(org) 

WSCF20091249 
Organic 
12/01/09 
12/01/09 __ _ 

Analysis Date 
12/07/09 

12/0';>/09 :::0 
12/07/09 m 
12/07/09 0 
12/07/09 m 
12/07/09 < 
12/07/09 m 
12/07/09 0 
t2LO_Z/09 (/) 
12/07/09 m 
12/07/09 lJ 
12/07/09 ~ 
12/07/09 m 
12/07/09 s: 
12/07/09 OJ 
12/07/09 m 
12/07/09 :::0 
12/07/09 

I\.) 
0) 

12/07/09 -
12/07 /09 I\.) 

12/07/09 0 
-J.. 

12/07/09 0 
12/07/09 

12/07/09 

:::0 12/07/09 m 

(/) 

0 z 
-J.. 

Page 4 



Attention: Steve Trent 
SAF Number:Fl0-011 
Sample# W09GR01099 
Client ID: B22RK2 

Test Perfonned CAS# 
2-Chloronaphthalene 91 -58-7 

3,3 ' -Oichlorobenzidine 91 -94-1 

2-Methylphenol (cresol, o-l 95-48-7 

1 ,2-Dichlorobenzene 95-50-1 

2,4, 5-Trichlorophenol 95-95-4 

Nitrobenzene 98-95-3 

3-Nitroaniline 99-09-2 

WSCF 
ANALYTICAL RESULTS REPORT 

GPP TRENT Matrix: SOIL 
WSCF 

Method RQ Result Unit TP Err Unit 
LA-523-456 u < 160 ug/kg 

LA-523-456 u < 340 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 230 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 190 ug/kg 

Group#: 
Department: 
Sampled: 
Received: 

DF MDL PQL 
1.00 1 .6e + 02 

1.00 3.4e +02 

1.00 1.6e +02 

1.00 2.3e+02 

1.00 1.6e +02 

1.00 1.6e +02 

1.00 1.9e+02 

3 & 4 Methylphenol Total 65794-96-9 LA-523-456 u < 160 ug/kg 1.00 1.68 +02 

Hexachloroethane 67-72-1 

2,4,6-T richlorophenol 88-06-2 

T ributyl phosphate 126-73-8 

MDL = Minimum Detection Limit 
RQ = Result Qualifier 
TP Err=Total Propagated Error 
DF = Dilution Factor 

LA-523-456 u < 260 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

B - The analyte < the RDL but > = the IDL/MOL (inorg) 

E - Analyte is an estimate, has potentially larger errors(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

(.,) • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

0) Report WGPP/ver. 5.2 a Groundwater Remediation Program 
<O 
..lo. 

1.00 2.6e+02 

1.00 1.68 +02 

1.00 1.6e +02 

D - Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside control limits. (inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20091249 
Organic 
12/01/09 
12/01/09 

Analysis Date 
12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:Fl0-011 
Sample # W09GR0 1101 
Client ID: B22RK3 GPP 

WSCF 
TRENT Matrix: 

Test Performed CAS # Method RQ Result Unit TP Err 
VOA Ground Water Protection 
1, 1-Dichloroethene 75-35-4 LA-523-455 u < 1.10 ug/kg 

Trichloroethane 79-01 -6 LA-523-455 u < 0.220 uglkg 

Benzene 71 -43-2 LA-523-455 u < 1.10 ug/kg 

Toluene 108-88-3 LA-523-455 u < 1.10 ug/kg 

Chlorobenzene 108-90-7 LA-523-455 u < 1.10 ug/kg 

1, 1-Dichloroethane 75.34.3 LA-523-455 u < 1.10 ug/kg 

Ethylbenzene 100-41 -4 LA-523-455 u < 1.10 ug /kg 

Styrene 100-42-5 LA-523-455 u < 1. 10 uglkg 

cis-1,3-Dichloropropene 10061 -01 -5 LA-523-455 u < 1.10 ug/kg 

trans -1,3-Dichloropropene 10061 -02-6 LA-523-455 u < 1.10 uglkg 

1,2-Dichloroethane 107-06-2 LA-523-455 u < 1.10 ug/kg 

4-Methyl-2-Pentanone 108-10-1 LA-523-455 u < 1.10 ug/kg 

Dibromochloromethane 124-48-1 LA-523-455 u < 1.10 ug/kg 

Tetrachloroethene 127-18-4 LA-523-455 u < 1.10 ug/kg 

Xylenes (total) 1330-20-7 LA-523-455 u < 1.10 ug/kg 

1,2-Dichloroe thene(Total) 540-59-0 LA-523-455 u < 1.10 ug/kg 

Carbon tetrachloride 56-23-5 LA-523-455 u < 1.10 ug/kg 

2-Hexanone 591 -78-6 LA-523-455 u < 1.10 ug/kg 

Acetone 67-64-1 LA-523-455 u < 1. 10 ug/kg 

Chloroform 67-66-3 LA-523-455 u < 1.10 ug/kg 

1, 1, 1-Trichloroethane 71 -55-6 LA-523-455 u < 1.10 ug/kg 

Bromomethane 74-83-9 LA-523-455 u < 1.10 ug/kg 

Chloromethane 74-87-3 LA-523-455 u < 1.10 ug/kg 

Chloroethane 75-00-3 LA-523-455 u < 1.10 ug/kg 

MDL=Minimum Detection Limit B - The analvte < the RDL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier E . Analyte is an estimate, has potentially larger errors(inorg) 

TP Err=Total Propagated Error- U - Analyzed for but not detected above limiting criteria (inorg) 

DF=Dilution Factor X - Other flags/notes described in the comments/narrative(inorg) 

W • - Indicates results that have NOT been validated; 

CO Report WGPP/ver. 5.2 
$, Groundwater Remediation Program 
co -

+ - Indicates more than six qualifier symbols 

SOIL 

Unit DF 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

1.00 

Group#: 
Department: 
Sampled: 
Received: 

MDL PQL 

1. 1 

0 .22 

1. 1 

1.1 

1. 1 

1.1 

1. 1 

1.1 

1.1 

1.1 

1.1 

1. 1 

1. 1 

1. 1 

1. 1 

1.1 

1.1 

1. 1 

1.1 

1.1 

1.1 

1.1 

1.1 

1.1 

D - Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside cont rol limits.(inorg) 

U • Analyzed for but not detected above limiting-criteria . (org) 

WSCF20091249 
Organic 
12/01/09 
12/01/09 

Analysis Date 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 
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Attention: Steve Trent 
SAF Number:Fl0-011 
Sample# W09GR01101 
Client ID: B22RK3 

Test Performed CAS# 
Vinyl chloride 75-01-4 

Methylenechloride 75-09-2 

Carbon disulfide 75-15-0 

Bromoform 75-25-2 

Bromodichloromethane 75-27-4 

1,2-Dichloropropane 78-87-5 

2-Butanone 78-93-3 

1, 1,2-Trichloroethane 79-00-5 

1, 1,2,2-Tetrachloroethane 79-34-5 

1-Butanol 71 -36-3 

T richloromonofluoromethane 75-69-4 

trans-1, 2-Dichloroethylene 156-60-5 

cis -1 ,2-Dichloroethylene 156-59-2 

MDL = Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

GPP TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-523-455 u < 1.10 ug/kg 

LA-523-455 u < 1.10 ug/kg 

LA-523-455 u < 1.10 ug/kg 

LA-523-455 u < 1.10 ug/kg 

LA -523-455 u < 1.10 ug/kg 

LA-523-455 u < 1.10 ug/kg 

LA-523-455 u < 1.10 ug /kg 

LA-523-455 u < 1.10 ug/kg 

LA-523-455 u < 1.10 ug/kg 

LA-523-455 u < 110 ug/kg 

LA-523-455 u < 1.10 ug/kg 

LA-523-455 u < 1.10 ug/kg 

LA-523-455 u < 1 .10 ug/kg 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

X - Other flags/notes described in the comments/narrative(inorg) 

Group#: 
Department: 
Sampled: 

SOIL Received: 

Unit DF MDL PQL 
1.00 1.1 

1.00 1.1 

1.00 1.1 

1.00 1.1 

1.00 1.1 

1.00 1.1 

1.00 1.1 

1.00 1.1 

1.00 1.1 

1.00 1.1e+02 

1.00 1.1 

1.00 1.1 

1.00 1 .1 

D - Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside control limits .(inorg) 

U - Analyzed for but not detected above limiting criteria.(org) 

~ • - Indicates results that have NOT been validated ; 

O Repon WGPP/ver. 5.2 
+ - Indicates more than six qualifier symbols 

a Groundwater Remediation Program 

co 
..I, 

WSCF20091249 
Organic 
12/01/09 
12/01/09 

Analysis Date 
12/07 /09 

12/07/09 

12/07/09 

12/07/09 

12/07 /09 

12/07/09 

12/07/09 

12/07/09 

12/07 /09 

12/07/09 

12/07/09 

12/07 /09 

12/07/09 
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-; 
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0 
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....... --------------------- - ---- - - - --- ------------ ------- - - -

WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:Fl0-011 
Sample# W09GR01102 
Client ID: B22T64 GPP TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Alcohols, Glycols - 8015 Prep 
Alcohols, Glycols - 8015 
Diethyl ether 60-29-7 Organics u < 5.00e+03 ug/kg 

Ethylene glycol 107-21 -1 Organics u < 5 .00e +03 ug/kg 

NWTPH-D TPH Diesel Range (Wa) Prep 
NWl'PH-D TPH Diesel Range (Wa) 
Total Pet. Hydrocarbons Diesel TPHDIESEL LA-523-493 u < 5.20 mg/kg 

Kerosene TPHKEROSENE LA-523-493 u < 5.20 mg/kg 

PCBs complete list Prep 
PCBs complete list 
Aroclor-1016 12674-11 -2 LA-523-427 u < 10.0 ug/kg 

Aroclor-1 221 11104-28-2 LA-523-427 u < 21 .0 ug/kg 

Aroclor-1232 11141 -16-5 LA-523-427 u < 10.0 ug/kg 

Aroclor-1242 53469-21-9 LA-523-427 u < 10.0 ug/kg 

Aroclor-1248 12672-29-6 LA-523-427 u < 10.0 ug/kg 

Aroclor-1 254 11097-69-1 LA-523-427 u < 10.0 ug/kg 

Aroclor-1260 11096-82-5 LA-523-427 u < 10.0 ug/kg 

Aroclor-1262 37324-23-5 LA-5.23-427 u < 10.0 ug/kg 

Aroclor-1268 11100-14-4 LA-523-427 u < 10.0 ug/kg 

SW-846 8270C Semi-Vols Prep 
SW-846 8270C Semi-Vols 
4-Nitrophenol 100-02-7 LA-523-456 u < 340 ug/kg 

1.4-Dichlorobenzene 106-46-7 LA-523-456 u < 260 ug/kg 

Phenol 108-95-2 LA-523-456 u < 160 ug/kg 

1.2,4-Trichlorobenzene 120-82-1 LA-523-456 u < 160 ug/kg 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 

8 - The ana lyte < the AOL but > = the IDL/MDL (inorgl 

E - Analyte is an estimate, has potentially larger errors(inorgl 

U - Analyzed for but not detected above limiting criteria(inorgl 

TP Err 

TP Err=Total Propagated Error 
DF=Dilution Factor X - Other flags/notes described in the comments/narrative (inorg) 

~ • . Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 
~ 

Repon WGPP/ver. 5.2 
2, Groundwater Remediation Program 
co 
~ 

Group#: 
Department: 
Sampled: 

SOIL Received: 

Unit DF MDL PQL 

1.00 5.0e+03 

1.00 5.0e + 03 

1.00 5.2 

1.00 5.2 

1.00 10 

1.00 21 

1.00 10 

1.00 10 

1.00 10 

1.00 10 

1.00 10 

1.00 10 

1.00 10 

1.00 3.4e+02 

1.00 2.6e +02 

1.00 1.6e +02 

1.00 1.6e + 02 

D - Analyte was identified at a secondary dilution factor(inorgl 

N - Spike sample recovery is outside control limits. (inorgl 

U - Analyzed for but not detected above limiting criteria .(orgl 

WSCF20091249 
Organic 
12/01/09 
12/01/09 

Analysis Date 
12/03/09 

12/03/09 

12/03109 

12/02/09 

12/09/09 

12109/09 

12/03/09 

12116/09 

12/16/09 

12116/09 

12/16/09 

12/16/09 

12116/09 

12/16/09 

12/16/09 

12/16/09 

12/02/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 
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Attention: Steve Trent 
SAF Number:FI0-011 
Sample# W09GR01102 
Client ID: B22T64 

Test Performed CAS# 
2,4-Dinitrotoluene 121 -14·2 

Pyrene 129-00-0 

4-Chloro-3-methylphenol 59-50-7 

N-Nitrosodi-n-dipropylamine 621 -64-7 

Acenaphthene 83-32-9 

Pentachlorophenol 87-86-5 

2-Chlorophenol 95-57-8 

4-Nitroaniline 100-01 -6 

WSCF 
ANALYTICAL RESULTS REPORT 

GPP TRENT Matrix: SOIL 
WSCF 

Method RQ Result Unit TP Err Unit 
LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 420 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 290 ug/kg 

Group#: 
Department: 
Sampled: 
Received: 

DF MDL PQL 
1.00 1.6e +02 

1.00 1.6e + 02 

1.00 1.6e+02 

1.00 1 .6e +02 

1.00 1.6e +02 

1.00 4 .2e+02 

1.00 1.6e +02 

1.00 2.9e +02 

- 4:0romopt1eny lpITT!iWI ether--- 101~5o-3--t1r=523=-456- u -- - <--160-----iJg/kTl .oo---1: 6e-~ O 

2,4-Dimethylphenol 105-67-9 

4-Chloroaniline 106-47-8 

Bis(2-chloro-1 -methylethyl)eth 108-60-1 

Bis(2-chloroethyl) ether 111 -44-4 

Bis(2-Chloroethoxy)methane 111 -91 -1 

Bis(2-ethylhexyl) phthalate 117-81 -7 

Di-n-octylphthalate 117-84-0 

Hexachlorobenzene 118-74-1 

Anthracene 120-12-7 

2,4-Dichlorophenol 120-83-2 

Dimethyl phthalate 131 -11 -3 

Dibenzofuran 132-64-9 

Benzo(ghi)perylene 191-24-2 

lndeno(1 ,2,3-cd)pyrene 193-39-5 

8enzo(b)fluoranthene 205-99-2 

Fluoranthene 206-44-0 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF= Dilution Factor 

LA-523-456 u < 230 ug /kg 

LA-523-456 u < 290 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 420 ug/kg 

LA-523-456 u < 420 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 180 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug /kg 

LA-523-456 u < 330 ug/kg 

LA-523-456 u < 340 ug /kg 

LA-523-456 u < 210 ug/kg 

LA-523-456 u < 160 ug/kg 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors(inorg) 

U · Analyzed for but not detected above limiting criteria(inorg) 

X · Other flags/notes described in the comments/narrativelinorg) 

.,:i. • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

I\> Repon WGPP/ver. 5.2 a Groundwater Remediation Program 
(0 .. 

1.00 2.3e +02 

1.00 2.9e+02 

1.00 1.6e+02 

1.00 1.6e +02 

1.00 1.6e+02 

1.00 4 .2e +02 

1.00 4.2e +02 

1.00 1.6e +02 

1.00 1.6e +02 

1.00 1.8e +02 

1.00 1.6e +02 

1.00 1.6e +02 

1.00 3.3e +02 

1.00 3.4e +02 

1.00 2. 1e +02 

1.00 1.6e +02 

D • Analyte was identified at a secondary dilution factor(inorg) 

N · Spike sample recovery is outside control limits.(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20091249 
Organic 
12/01/09 
12/01/09 

Analysis Date 
12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:FI0-011 
Sample# W09GR01102 
Client ID: B22T64 

Test Perfonned CAS# 
Benzo(k)fluoranthene 207-08-9 

Acenaphthylene 208-96-8 

Chrysene 218-01 -9 

Benzo(a)pyrene 50-32-8 

2,4-Dinitrophenol 51 -28-5 

Dibenzta.h]anthracene 53-70-3 

4,6-Dinitro-2-methylphenol 534-52-1 

1 ,3-Dichlorobenzene 541 -73-1 

Benzo(a)anthracene 56-55-3 

2,6-Dinitrotoluene 606-20-2 

4-Chlorophenylphenyl ether 7005-72-3 

Hexachlorocyclopentadiene 77-47-4 

lsophorone 78-59-1 

Diethylphthalate 84-66-2 

Di-n-butylphthalate 84-74-2 

Phenanthrene 85-01 -8 

Butylbenzylphthalate 85-68-7 

N-Nitrosodiphenylamine 86-30-6 

Fluorene 86-73-7 

Carbazole 86-74-8 

Hexachlorobutadiene 87-68-3 

2-Nitroaniline 88-74-4 

2-Nitrophenol 88-75-5 

Naphthalene 91-20-3 

2-Methylnaphthalene 91 -57-6 

MDL=Minimum Detection Limit 
RQ = Result Qualifier 
TP Err=Total Propagated Error 
DF= Dilution Factor 

GPP TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-523-456 u < 210 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 230 ug/kg 

LA-523-456 u < 640 ug/kg 

LA-523-456 u < 340 ug/kg 

LA-523-456 u < 340 ug /kg 

LA-523-456 u < 280 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 420 ug/kg 

LA-523-456 540 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 170 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 180 ug/kg 

LA-523-456 u < 160 ug/kg 

LA-523-456 u < 160 ug/kg 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

X - Other flags /notes described in the comments/narrative(inorg) 

.,=. • - Indicates results that have NOT been validated; 

W Report WGPP!ver. 5.2 
S, GroundwaJer Remediation Program 
co 

+ - Indicates more than six qualifier symbols 

~ 

Group#: 
Department: 
Sampled: 

SOIL Received: 

Unit DF MDL PQL 
1.00 2. te +02 

1.00 1.68 +02 

1.00 1.6e+02 

1.00 2.3e + 02 

1.00 6.4e + 02 

1.00 3.4e + 02 

1.00 3.4e +02 

1.00 2.8e +02 

1.00 1.6e + 02 

1.00 1.6e + 02 

1.00 1.6e +02 

1.00 1.6e + 02 

1.00 1.6e+02 

1.00 4 .2e+02 

1.00 4.2e + 02 

1.00 1.6e + 02 

1.00 1 .6e +02 

1.00 1.7e +02 

1.00 1.6e+ 02 

1.00 1.6e + 02 

1.00 1.6e+02 

1.00 l .6e + 02 

1.00 1.8e+02 

1.00 1.6e + 02 

1.00 1.6e+02 

D - Analyte was identi fied at a secondary dilution factor(inorg) 

N · Spike sample recovery is outside control limits.(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20091249 
Organic 
12/01/09 
12/01/09 

Analysis Date 
12/07 /09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:FI0-011 
Sample# W09GR01102 
Client ID: B22T64 GPP TRENT 

-
Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit TP Err 
2-Chloronaphthalene 91-58-7 LA-523-456 u < 160 ug/kg 

3,3' -Dichlorobenzidine 91 -94-1 LA-523-456 u < 340 ug/kg 

2-Methylphenol (cresol, o-J 95-48-7 LA-523-456 u < 160 ug/kg 

1,2-Dichlorobenzene 95-50-1 LA-523-456 u < 230 ug/kg 

2,4,5-T richlorophenol 95-95-4 LA-523-456 u < 160 ug/kg 

Nitrobenzene 98-95-3 LA-523-456 u < 160 ug/kg 

3 -Nitroaniline 99-09-2 LA-523-456 u < 190 ug/kg 

-3 & 4 Methylphenol Total- 65794-96-9 LA-523'"456 u --,:: 150- ug/kg 

Hexachloroethane 67-72-1 LA-523-456 u < 260 ug/kg 

2,4,6-Trichlorophenol 88-06-2 LA-523-456 u < 160 ug/kg 

Tributyl phosphate 126-73-8 LA-523-456 u < 160 ug/kg 

MDL=Minimum Detection Limit B - The analyte < the RDL but > = the IDL/MDL linorgJ 

RQ=Result Qualifier E - Analyte is an estimate, has potentially larger errors(inorgJ 

-TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria(inorgJ 

DF=Dilution Factor X - Other flags/notes described in the comments/narrative(inorg) 

:t • -Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

Repon WGPP/11er. 5.2 
2, Groundwater Remediation Program 
co 
...I, 

Group#: 
Department: 

SOIL 
Sampled: 
Received: 

Unit OF MDL PQL 
1.00 1.6e+02 

1.00 3.4e+02 

1.00 1.6e+02 

1.00 2.3e+02 

1.00 1.6e+02 

1.00 1.6e+02 

1.00 1.9e+02 

1.00 -- 1.60+02-

1.00 2.6e+02 

1.00 1.68 + 02 

1.00 1.68 +02 

D - Analvte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside control limits .(inorg) 

U - Analyzed for but not detected above limiting criteriac(org) 

WSCF20091249 
Organic 
12/01/09 
12701/09 

Analysis Date 
12/07/09 

12/07/09 

12/07/09 

12107/09 

12/07109 

12/07/09 

12107/09 

12/07109 

12107/09 

12/07109 

12/07109 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:Fl0-011 
Sample# W09GR01104 
Client ID: _ B22T72 _ GfP_ TRENT ---=Matrix: 

WSCF 
Test Performed CAS # Method RQ Result Unit TP Err 
VOA Ground Water Protection 
1, 1-Dichloroethene 75.35-4 LA-523-455 u < 1.00 ug/kg 

T richloroethene 79-01 -6 LA-523-455 u < 0.210 ug/kg 

Benzene 71 -43-2 LA-523-455 u < 1.00 _ ug/kg 

Toluene 108-88-3 LA-523-455 u < 1.00 ug/kg 

Chlorobenzene 108-90-7 LA-523-455 u < 1.00 ug/kg 

1, 1-Dichloroethane 75.34.3 LA-523-455 u < 1.00 ug/kg 

Ethyl benzene 100-41 -4 LA-523-455 u < 1.00 ug/kg 

Styrene 100-42-5 LA-523-455 u < 1.00 ug/kg 

cis- 1,3-Dichloropropene 10061 -01 -5 LA-523-455 u < 1.00 ug/kg 

trans-1,3-Dichloropropene 10061-02-6 LA-523-455 u < 1.00 ug/kg 

1,2-Dichloroethane 107-06-2 LA-523-455 u < 1.00 ug/kg 

4-Methyl-2-Pentanone 108-10-1 LA-523-455 u < 1.00 ug/kg 

Dibromochloromethane 124-48-1 LA-523-455 u < 1.00 ug/kg 

Tetrachloroethene 127-18-4 LA-523-455 u < 1.00 ug/kg 

Xylenes (total) 1330-20-7 LA-523-455 u < 1.00 ug/kg 

1,2-Dichloroethene(Total) 540-59-0 LA-523-455 u < 1.00 ug/kg 

Carbon tetrachloride 56-23-5 LA-523-455 u < 1.00 ug/kg 

2-Hexanone 591 -78-6 LA-523-455 u < 1.00 ug/kg 

Acetone 67-64-1 LA-523-455 u < 1.00 ug/kg 

Chloroform 67-66-3 LA-523-455 u < 1.00 ug/kg 

1, 1, 1 · Trichloroethane 71-55-6 LA-523-455 u < 1.00 ug/kg 

Bromomethane 74-83-9 LA-523-455 u < 1.00 ug/kg 

Chloromethane 74-87-3 LA-523-455 u < 1.00 ug/kg 

Chloroethane 75-00-3 LA-523-455 u < 1.00 ug/kg 

MDL=Minimum Detection Limit 8 - The analyte < the AOL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier E • Analyte is an estimate, has potentially larger errors(inorg) 

TP Err=Total Propagated Error U • Analyzed for but not detected above limiting criteria(inorg) 

DF=Dilution Factor X - Other flags/notes described in the comments/narrative(inorg) 

,i:i. • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

U'I Report WGPP/ver. 5.2 a Groundwater Remediation Program 
(0 
..Ir,, 

Group#: 
Department: 
Sampled: 

SOIL Receivecl:_ 

Unit DF MDL PQL 

1.00 1.0 

1.00 0.21 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

D - Analyte was identified at a secondary dilution factor(inorg) 

N • Spike sample recovery is outside cont rol limits .(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20091249 
Organic 
12/01/09 
12/01/09 ------

Analysis Date 

12/08/09 ;o 
12/08/09 m 
12/08/09 0 
12/08109 

--m 
12/08/09 < 
12/08/09 m 
12108/09 0 
12/08/09 (/) 

12/08/09 m 
12/08/09 "1J -, 
12108/09 m 
12/08/09 s: 
12/08/09 CD 
12/08/09 m 
12/08/09 ;o 
12108/09 N 
12/08/09 0) 

12/08/09 
N 

12/08/09 0 
12108/09 ...),. 

12/08109 0 
12/08109 

12108/09 ;o 
12/08/09 m 

(/) -
0 z 
...),. 
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Attention: Steve Trent 
SAF Number:FI0-011 
Sample# W09GR01104 
Client ID: B22T72 

Test Performed CAS# 
Vinyl chloride 75-01 -4 

Methylenechloride 75-09-2 

Carbon disulfide 75-15-0 

Bromoform 75-25-2 

Bromodichloron,ethane 75-27-4 

1,2-Dichloropropane 78-87-5 

2-Butanone 78-93-3 

1 , 1 , 2-T richloroethane 79-00-5 

1, 1,2,2-Tetrachloroethane 79-34-5 

1-Butanol 71 -36-3 

Trichloromonofluoromethane 75-69-4 

trans-1,2-0ichloroethylene 156-60-5 

cis-1,2-Dichloroethylene 156-59-2 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

GPP TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-523-455 u < 1.00 ug/kg 

LA-523-455 u < 1.00 ug/kg 

LA-523-455 u < 1.00 ug/kg 

LA-523-455 u < 1.00 ug/kg 

LA-523-455 u < 1.00 ug/kg 

LA -523-455 u < 1.00 ug/kg 

LA -523-455 u < 1.00 ug/kg 

LA -523-455 u < 1.00 ug/kg 

LA-523-455 u < 1.00 ug/kg 

LA-523-455 u < 100 ug/kg 

LA-523-455 u < 1.00 ug/kg 

LA-523-455 u < 1.00 ug/kg 

LA-523-455 u < 1.00 ug/kg 

B - The analyte < the RDL but > = the IOL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors( inorg) 

U - Analyzed for but not detected above limiting criteria(inorgl 

TP Err 

X - Other flags/notes described in the comments/narrative(inorg) 

Group#: 
Department: 
Sampled: 

SOIL Received: 

Unit DF MDL PQL 
1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0e +02 

1.00 1.0 

1.00 1.0 

1.00 1.0 

D - Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside control limits . (inorg) 

U - Analyzed for but not detected above limiting criteria . (org) 

.,:i,. • - Indicates results that have NOT been val idated; 

en Repon WGPP!ver. 5.2 a Groundwater Remediation Program 
(0 

+ - Indicates more than six quali f ier symbols 

..... 

WSCF20091249 
Organic 
12/01/09 
12/01/09 

Analysis Date 
12108/09 

12108/09 

12/08/09 

12/08/09 

12/08/09 

12108/09 

12/08/09 

12/08/09 

12108/09 

12/08/09 

12108/09 

12/08/09 

12/08109 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Alcohols, Glycols - 8015 

QC 
Type Analyte CAS# 

Lab ID: W09GR01033 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP 2-Bromoethanol 

OUP Diethyl ether 

DUP Ethylene glycol 

MS 2-8romoethanol 

MS Diethyl ether 

MS Ethylene glycol 

MSD _ 2-Bro.moettlanol 

MSD Diethyl ether 

MSD Ethylene glycol 

SPK-RPD 2-Bromoethanol 

SPK-RPD Diethyl ether 

SPK-RPD Ethylene glycol 

BATCH QC 
BLANK 2-Bromoethanol 

BLANK Diethyl ether 

BLANK Ethylene glycol 

LCS 2-Bromoethanol 

LCS Diethyl ether 

LCS Ethylene glycol 

,i:. Report w13gq/rev .4.2 p 

...... 14-jan-2010 13:09:05 

a 
(0 ..... 

54-0-51 -2 

60-29-7 

107-21-1 

540-51 -2 

60-29-7 

107-21 -1 

540.c5l c2-

60-29-7 

107-21 -1 

54-0-51-2 

60-29-7 

107-21-1 

540-51-2 

60-29-7 

107-21 -1 

540-51 -2 

60-29-7 

107-21 -1 

Lower Upper 
QC Found QC Yield Units Limit Limit 

17000 RPO 

<5000 RPO 

<5000 RPO 

16600 94 .318 % Recov 70.000 125.000 

5900 83 .099 % Recov 75.000 125.000 

11800 107.273 % Recov 75 .000 125.000 

16300 92.614 % Recov 70.000 __ 125.000 

5800 81 .690 % Recov 75 .000 125.000 

12000 109.091 % Recov 75.000 125.000 

92.614 RPO 

81 .690 RPO 

109.091 RPO 

18000 102.273 % Recov 75 .000 125.000 

<5000 n/a ug/Kg 0 .000 10.000 

< 5000 n/a ug/Kg 0 .000 5.000 

17600 100.000 % Recov 70.000 130.000 

6400 90.141 % Recov 70.000 130.000 

9100 82.727 % Recov 70.000 130.000 

Department: Organic 

Sample Date: 11/20/09 
Receive Date: 11/20/09 

RPO 
RPO(%) Limit RQ 

3.46B 25.000 

n/a 25.000 u 
n/a 25.000 u 

1.823 20.000 

1.710 20.000 

1.681 20.000 

u 
u 

Analysis 
Date 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03JQ9 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

;o 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: NWTPH-D TPH Diesel Range (Wa) 

QC 
Type 

Lab ID: 

Analyte CAS# 

W09GR01061 
BATCH QC ASSOCIATED WITH SAMPLE 
MS onho-Terphenyl Surr 84- 15-1 

MS Total Pet . Hydrocarbons Diesel TPHDIESEL 

MSD onho-Terphenyl Surr 84-15-1 

MSD Total Pet . Hydrocarbons Diesel TPHDIESEL 

SPK-RPD ortho-Terphenyl Surr 84-15-1 

SPK-RPD Total Pet . Hydrocarbons Diesel TPHDIESEL 

Lab ID: W09GR01099 
BATCH QC ASSOCIATED WITH SAMPLE 
SURR onho-Terphenyl Surr 84-15-1 

Lab ID: W09GR01102 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA onho-Terphenyl Surr 84-15-1 

BATCH QC 
BLANK Kerosene TPHKEROSENE 

BLANK ortho-Terphenyl Surr 84-15-1 

BLANK Total Pet . Hydrocarbons Diesel TPHDIESEL 

LCS ortho-Terphenyl Surr 84-15- 1 

LCS Total Pet. Hydrocarbons Diesel TPHDIESEL 

~ Repon w13gq/rev.4 .2 p 2 
00 O 14-jan-2010 13:09:05 

-t\ 

co -

QC Found QC Yield 

26 .668 119.000 

129.15 115.000 

24.965 111 .000 

117.51 104.000 

111 .000 

104.000 

20.452 98.600 

22 .059 106.000 

< 5.0 n/a 

19.616 98.100 

< 5.0 nla 

16.62B 83.100 

87.626 87.600 

Lower 
Units Limit 

% Recov 70.000 

% Recov 75 .000 

% Recov 70.000 

% Recov 75.000 

RPO 

RPO 

% Recov 70.000 

% Recov 70.000 

ug/Kg 

% Recov 70.000 

ug/Kg 

% Recov 70.000 

% Recov 80.000 

Upper 
Limit 

130.000 

125.000 

130.000 

125.000 

130.000 

130.000 

130.000 

130.000 

120.000 

Department: Organic 

Sample Date: 11/30/09 
Receive Date: 11/30/09 

RPD(%) 

6.957 

10.046 

RPD 
Limit 

20.000 

20.000 

RQ 

u 

u 

Analysis 
Date 

12/08/09 

12/08/09 

12/0B/09 

12/08/09 

12/08/09 

12/08/09 

12/09/09 

12/09/09 

12/0B/09 

12/08/09 

12/08/09 

12/08/09 

12/08/09 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 12/01/09 
Test: PCBs complete list Receive Date: 12/01/09 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W09GR01099 
BATCH QC ASSOCIATED WITH SAMPLE ;u 
MS Aroclor-1254 11097-69-1 251 . 10 123.000 % Recov 75.000 125.000 12/16/09 m 
MS Decachlorobiphenyl 2051 -24-3 231 .85 114.000 % Recov 50.000 150.000 12/16/09 () 
MS Tetrachloro-m-xylene 877-09-8 202.44 99.300 % Recov 50.000 150.000 12/16/09 m 
MSO Aroclor-1 254 11097-69-1 248.64 119.000 % Recov 75 .000 125.000 12/16/09 < 
MSO Oecachlorobiphenyl 2051 -24-3 220.52 106.000 % Recov 50.000 150.000 12/16/09 m 
MSO T etrachloro-m-xylene 877-09-8 208.45 100.000 % Recov 50.000 150.000 12/ 16/09 0 
SPK-RPO Aroclor-1254 11097-69-1 119.000 RPO 3.306 25.000 12/ 16/09 (/) 
SPK-RPO Oecachlorobiphenyl 2051 -24-3 106.000 RPO 7.273 20.000 12/16/09 m 
SPK-RPO Tetrachloro-m-xylene 877-09-8 100.000 RPO 0.702 20.000 12/16/09 "'O 
SURA Decachlorobiphenyl 2051 -24-3 234.00 113.000 % Recov 50.000 150.000 12/16/09 --i 

m 
SURA Tetrachloro-m-xylene 877-09-8 214.70 104.000 % Recov 50.000 150.000 12/ 16/09 s: 
Lab ID: W09GR01102 OJ 
BATCH QC ASSOCIATED WITH SAMPLE m 

;u 
SURA Decachlorobiphenyl 2051 -24-3 213.40 103.000 % Recov 50.000 150.000 12/16/09 

I\.) 
SURA Tetrachloro-m-xylene 877-09-8 216.33 105.000 % Recov 50.000 150.000 12/16/09 (j) 

BATCH QC I\.) 
0 

BLANK Aroclor-1016 12674- 11 -2 < 10 n/a UGKG u 12/16/09 ~ 

BLANK Aroclor-1221 11104-28-2 < 20 n/a ug/Kg u 12/ 16/09 0 
BLANK Aroclor-1 232 11141-16-5 < 10 n/a ug/Kg u 12/16/09 

BLANK Aroclor-1242 53469-21 -9 < 10 n/a ug/ Kg u 12/16/09 ;u 
BLANK Aroclor- 1 248 12672-29-6 < 10 n/a ug/Kg u 12/ 16/09 m 
BLANK Aroclor-1254 11097-69- 1 < 10 n/a ug/Kg u 12/ 16/09 < 
BLANK Aroclor-1260 11096-82-5 < 10 n/a ug/Kg u 12/ 16/09 

(/) 
BLANK Aroclor-1262 37324-23-5 < 10 n/a ug/Kg u 12/16/09 

0 

~ Report w13gq/rev .4 .2 p 3 ~ 
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SDG Number: WSCF20091249 
Matrix: SOLID 
Test: PCBs complete list 

QC 
Type Analyte 
BLANK Aroclor-1268 

BLANK Decachlorobiphenyl 

BLANK Tetrachloro-m-xylene 

LCS Aroclor-1254 

LCS Decachlorobiphenyl 

LCS Tetrachloro-m-xylene 

O'I Report w13gq/rev.4.2 p 4 

~ 14-jan-201 0 13:09:05 
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WSCF ANALYTICAL LABORATORY QC REPORT 

CAS# 
11100-14-4 

2051 -24-3 

877-09-8 

11097-69-1 

2051 -24-3 

877-09-8 

QC Found 
< 10 

213.96 

202.60 

237 .34 

208. 79 

193.99 

QC Yield 
n/a 

107.000 

101 .000 

119.000 

104.000 

97 .000 

Lower Upper 
Units Limit Limit 
ug/Kg 

% Recov 50.000 150.000 

% Recov 50.000 150.000 

% Recov 70.000 130.000 

% Recov 50.000 150.000 

% Recov 50.000 150.000 

Department: Organic 

Sample Date: 
Receive Date: 

RPD 
RPO(%) Limit RQ 

u 

Analysis 
Date 

12/16/09 

12/16/09 

12/16/09 

12/16/09 

12/16/09 

12/16/09 

;a 
m 
0 
m 
< m 
0 
(/) 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 12/01/09 
Test: SW-846 8270C Semi-Vols Receive Date: 12/01/09 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W09GR01086 
BATCH QC ASSOCIATED WITH SAMPLE ;a 
MS 1,2,4-Trichlorobenzene 120-82-1 5898.0 92.400 % Recov 75.000 121 .000 12/10/09 m 
MS 1,4-Dichlorobenzene 106-46-7 5741 .1 90.000 % Recov 68.000 121 .000 12/10/09 () 
MS 2,4-Dinitrotoluene 121 -14-2 5712.6 89.500 % Recov 66 .000 113.000 12/10/09 m 
MS 2-Fluorophenol(Surr) 367-12-4 4632.0 109.000 % Recov 72.000 120.000 12/10/09 < 
MS Acenaphthene 83-32-9 5949.4 93.200 % Recov 69 .000 125.000 12/10/09 m 
MS 4-Chloro-3•methylphenol 59-50-7 6044.3 94.700 % Recov 68.000 116.000 12/10/09 0 
MS 2-Chlorophenol 95-57-8 5915.3 92.700 % Recov 65 .000 124.000 12/10/09 CJ) 
MS N-Nitrosodi-n-dipropylamine 621 -64-7 6063.1 95.000 % Recov 69 .000 127 .000 12/10/09 m 
MS 2-Fluorobiphenyl(Surr) 321 -60-8 4543.1 107.000 % Recov 66 .000 122.000 12/10/09 -u 
MS Phenol 108,95-2 6014.4 94.200 % Recov 71.000 122.000 12/10/09 --i 
MS Nitrobenzene-d5(Surr) 4165-60-0 4576.6 108.000 % Recov 63.000 125.000 12/ 10/09 

m 
MS 4-Nitrophenol 100-02•7 5715 .6 89.600 % Recov 55.000 113.000 12/10/09 ~ 
MS Pentachlorophenol 87-86-5 5402.7 84.700 % Recov 50.000 113.000 12/10/09 

lJJ 
m 

MS Phenol-d5(Surr) 4165-62-2 4443.6 104.000 % Recov 66.000 124.000 12/10/09 ;a 
MS Pyrene 129-00-0 6583.3 103.000 % Recov 67 .000 125.000 12/10/09 

MS 2,4,6-T ribromophenol(Surr) 118-79-6 4526.4 106.000 % Recov 49 .000 120.000 12/10/09 
N 
0) 

MS Terphenyl-d 14(Surr) 98904-43-9 4982.0 117.000 % Recov 58.000 128.000 12/10/09 

MSD 1,2,4-Trichlorobenzene 120-82-1 5901.3 92 .. 700 % Recov 75 .000 121 .000 12/10/09 N 
0 

MSD 1,4-Dichlorobenzene 106-46-7 6048 .4 95.000 % Recov 68.000 121 .000 12/10/09 _,),, 

MSD 2,4•Dinitrotoluene 121 •14-2 5974.1 93.900 % Recov 66.000 113.000 12/10/09 0 
MSD 2-Fluorophenol(Surr) 367,12-4 4115.6 97 .000 % Recov 72.000 120.000 12/10/09 

MSD Acenaphthene 83-32-9 5978.8 93.900 % Recov 69.000 125.000 12/10/09 ;a 
MSD 4•Chloro-3-methylphenol 59-50-7 6206.9 97.500 % Recov 68.000 116.000 12/10/09 m 
MSD 2-Chlorophenol 95-57-8 6051 .1 95.100 % Recov 65 .000 124.000 12/10/09 < 
MSD N-Nitrosodi -n-dipropylamine 621 -64-7 6272.2 98 .600 % Recov 69 .000 127.000 1 2/ 1 0/09 (/) 

MSD 2:F1uorobipnenvl(S•m 321 -6Qc8 4020.4 94 .800 % Recov 66 .ooo- -- 122.000 12/10/09 - - = 
0 

~ Report wl 3gq/rev .4.2 p 5 _,),, 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 12/01/09 
Test: SW-846 8270C Semi-Vols Receive Date: 12/01/09 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
MSO Phenol 108-95-2 6175 .4 97 .000 % Recov 71.000 122.000 12/10/09 

MSO Nitrobenzene-d5(Surr) 4165-60-0 4106.5 96.800 % Recov 63.000 125.000 12/ 10/09 

MSO 4-Nitrophenol 100-02-7 5962.4 93.700 % Recov 55.000 113.000 12/10/09 

MSO Pentachlorophenol 87-86-5 5470.8 86 .000 % Recov 50.000 113.000 12110/09 :::0 
MSO Phenol -d5(Surr) 4165-62-2 4058.4 95.700 % Recov 66.000 124.000 12/10/09 m 
MSO Pyrene 129-00-0 6418.3 101.000 % Recov 67.000 125.000 12/10/09 0 
MSO 2,4,6-T ribromopheool(Surr) 118-79-6 4110.4 96 .900 % Recov 49 .000 120.000 12/10/09 m 
MSO Terphenyl-d 14(Surr) 98904-43-9 4287.6 101 .000 % Recov 58.000 128.000 12/10/09 < 
SPK-RPO 1,2,4-Trichlorobenzene 120-82-1 92.700 RPO 0 .324 20.000 12/07/09 m 
SPK-RPO 1,4-0ichlorobenzene 106-46-7 95.000 RPO 5.405 20.000 12/07/09 0 
SPK-RPD 2,4-0initrotoluene 121 -14-2 93.900 RPO 4.798 20.000 12/07/09 (/) 
SPK-RPO 2-Fluorophenol(Surr) 367-12-4 97.000 RPO 11.650 20.000 12/07/09 m 
SPK-RPO Acenaphthene 83-32-9 93.900 RPO 0 .748 20.000 12/07 /09 ""CJ 
$PK-RPO 4-Chloro-3-methylphenol 59-50-7 97.500 RPO 2 .914 20.000 12/07/09 ---i 

m SPK-RPO 2-Chlorophenol 95-57-8 95.100 RPO 2.556 20.000 12107/09 
~ SPK-RPO N-Nitrosodi-n-dipropylamine 621-64-7 98 .600 RPO 3.719 20.000 12/07/09 
OJ 

SPK-RPO 2-Fluorobiphenyl(Surr) 321-60-8 94 .800 RPO 12.091 20.000 12/07/09 m 
SPK-RPD Phenol 108-95-2 97.000 RPO 2.929 20.000 12/07/09 :::0 
SPK-RPD Nitrobenzene-d51Surr) 4165-60-0 96.800 RPO 10.938 20.000 12/07/09 

N 
SPK-RPO 4-Nitrophenol 100-02-7 93.700 RPO 4 .474 20.000 12/07/09 0) 
$PK-RPO Pentachlorophenol 87-86-5 86.000 RPO 1.523 20.000 12/07 /09 

SPK-RPO Phenol-d51Surr) 4165-62-2 95. 700 RPO 8.312 20.000 12/07/09 N 
0 

SPK-RPD Pyrene 129-00-0 101 .000 RPO 1.961 20.000 12/07/09 ....lo. 

SPK-RPD 2,4, 6-T ribromophenol(Surr) 118-79-6 96.900 RPO 8 .970 20.000 12/07/09 0 
SPK-RPO Terphenyl-d 14(Surr) 98904-43-9 101 .000 RPO 14.679 20.000 12/07/09 

Lab ID: W09GR01099 :::0 
BATCH QC ASSOCIATED WITH SAMPLE m 

< 
SURA 2-Fluorophenol(Surr) 367-12-4 3501.4 84.200 % Recov 72.000 120.000 12/07/09 

(/) 
SURA 2-Fluorobiphenyl(Surr) 321 -60-8 3444.7 82 .800 % Recov 66.000 122.000 12/07/09 -

0 

U'I Report w13gq/rev .4 .2 p 6 ....lo. 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 12/01/09 
Test: SW-846 8270C Semi-Vols Receive Date: 12/01/09 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
SURA Nitrobenzene-d5(Surr) 4165-60-0 3640.2 87 .600 % Recov 63.000 125.000 12/07 /09 

SURR Phenol-d5(Surr) 4165-62-2 3319.9 79 .800 % Recov 66.000 124.000 12/07/09 

SURR 2,4,6-Tribromophenol(Surr) 118-79-6 3264.5 78.500 % Recov 49.000 120.000 12/07109 

SURA Terphenyl-d 14(Surr) 98904-43-9 4655 .0 112.000 % Recov 58.000 128.000 12107/09 ;o 
m 

Lab ID: W09GR01102 0 
BATCH QC ASSOCIATED WITH SAMPLE m 
SURR 2-Fluorophenol(Surr) 367-12-4 3199.5 76.900 % Recov 72.000 120.000 12/07/09 < 
SURA 2-Fluorobiphenyl(Surr) 321 -60-8 3161 .9 76.000 % Recov 66.000 122.000 12107/09 m 
SURR Nitrobenzene-d5(Surr) 4165-60-0 3490.2 83.900 % Recov 63.000 125.000 12/07/09 0 
SURR Phenol-d5(Surr) 4165-62-2 3050.2 73.300 % Recov 66.000 124.000 12/07109 (J) 
SURA 2,4,6-T ribromophenol(Surr) 118-79-6 2735. 1 65.800 % Recov 49 .000 120.000 12107/09 m 
SURA Terphenyl-dl 4(Surr) 98904-43-9 4558 .7 110.000 % Recov 58.000 128.000 12/07/09 "U 

--i 
BATCH QC m 
BLANK 1,2-Dichlorobenzene 95-50- 1 < 220 n/a ug/Kg u 12/07/09 ~ 
BLANK 1, 2,4-Trichlorobenzene 120-82-1 < 150 n/a ug/Kg u 12/07/09 OJ 

m 
BLANK 1,3-Dichlorobenzene 541-73-1 < 270 n/a ug /Kg u 12/07 /09 ;o 
BLANK 1,4-Dichlorobenzene 106-46-7 < 250 nfa ug/Kg u 12107/09 

BLANK 2,4-Dichlorophenol 120-83-2 < 170 nfa ug /Kg u 12/07109 
I\.) 
0) 

BLANK 2,4-Dinitrotoluene 121 -14-2 < 150 n/a ug/Kg u 12107/09 

BLANK 2,4,5-Trichlorophenol 95-95-4 < 150 n/a ug/Kg u 12/07109 I\.) 

BLANK 2,4,6-Trichlorophenol 88-06-2 < 150 nla ug/Kg u 12/07109 
0 
-lo. 

BLANK 2,4-Dimethylphenol 105-67-9 < 230 n/a ug/Kg u 12/07/09 0 
BLANK 2,6-Dinitrotoluene 606-20-2 < 150 n/a ug/Kg u 12/07/09 

BLANK 2-Chloronaphthalene 91 -58-7 < 150 nla ug/Kg u 12107/09 ;o 
BLANK 2-Fluorophenol!Surr) 367-12-4 3695.7 92 .400 % Recov 72.000 120.000 12/07109 m 
BLANK 2-Methylnaphthalene 91 -57-6 < 150 n/a ug/Kg u 12/07109 < BLANK 2-Methylphenol tcresol, o-) 95-48-7 < 150 n/a ug/Kg u 12/07109 

(J) 
BLANK 2-Nitroaniline 88-74-4 < 150 n/a ug /Kg u 12107/09 

0 

CJ1 Report wl 3gq/rev.4.2 p 

W 14-jan-2010 13:09:05 
0 

7 -lo. 

-+i 
(0 ...... 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 
Test: SW-846 8270C Semi-Vols Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
BLANK 2-Nitrophenol 88-75-5 < 170 n/a ug /Kg u 12/07/09 

BLANK 3 & 4 Methylphenol Total 65794-96-9 < 150 n/a ug/Kg u 12/07/09 

BLANK 3-Nitroaniline 99-09-2 < 190 n/a ug/Kg u 12/07/09 

BLANK 4,6-Dinitro-2-methylphenol 534-52-1 < 330 n/a ug/Kg u 12/07/09 ::a 
BLANK 4-Bromophenytphenyl ether 101 -55-3 < 150 n/a ug/Kg u 12/07 /09 m 
BLANK 4-Chlorophenylphenyl ether 7005-72-3 < 150 n/a ug /Kg u 12/07/09 () 
BLANK Acenaphthene 83-32-9 < 150 n/a ug /Kg u 12/07/09 m 
BLANK Acenaphthylene 208-96-B < 150 n/a ug /Kg u 12/07/09 < 
BLANK Anthracene 120-12-7 < 150 n/a ug/Kg u 12/07/09 m 
BLANK Bis(2-chloroethyll ether 111 -44-4 < 150 n/a ug /Kg u 12/07/09 0 
BLANK Benzo(a)anthracene 56-55-3 < 150 n/a ug /Kg u 12/07/09 (J) 
BLANK Benzo(b)fluoranthene 205-99-2 < 200 n/a ug /Kg u 12/07/09 m 
BLANK Benzo(ghi)perylene 191 -24-2 < 320 n/a ug/Kg u 12/07/09 "U 
BLANK Benzo(a)pyrene 50-32-8 < 230 n/a ug/Kg u 12/07/09 

-, 
BLANK Bis(2-Chloroethoxy)methane 111 -91 -1 < 150 n/a ug/Kg u 12/07/09 m 
BLANK Bis(2-ethylhexyl) phthalate 117-81 -7 < 400 n/a ug/Kg u 12/07/09 s: 
BLANK Bis(2-chloro-1 -methylethyl)eth 108-60-1 < 150 n/a ug/Kg u 12/07/09 ro 

m 
BLANK Benzo(k)fluoranthene 207-08-9 < 200 n/a ug /Kg u 12/07/09 ::a 
BLANK Butylbenzylphthalate 85-68-7 < 150 n/a ug /Kg u 12/07/09 

BLANK Carbazole 86-74-8 < 150 n/a ug/Kg u 12/07/09 N 
0) 

BLANK 4-Chloroaniline 106-47-8 < 280 n/a ug /Kg u 12/07/09 

BLANK 4-Chloro-3-methylphenol 59 -50-7 < 150 n/a ug/Kg u 12/07/09 N 
BLANK 2-Chlorophenol 95 -57-8 < 150 n/a ug/Kg u 12/07/09 

0 
_,\, 

BLANK Chrysene 218-01 -9 < 150 n/a ug/Kg u 12/07/09 0 
BLANK 3,3 ' -Dichlorobenzidine 91 -94-1 < 330 n/a ug/Kg u 12/07/09 

BLANK Dibenzla,h!anthracene 53-70-3 < 330 n/a ug/Kg u 12/07/09 ::a BLANK Dibenzofuran 132-64-9 < 150 n/a ug /Kg u 12/07/09 m 
BLANK Di-n-butylphthalate 84-74-2 < 400 n/a ug/Kg u 12/07/09 < BLANK Diethylphthalate 84-66-2 < 400 n/a ug/Kg u 12/07/09 

(J) 
BLANK Dimethyl phthalate 131-11 -3 < 150 n/a ug/Kg u 12/07/09 -

0 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 
Test: SW-846 8270C Semi-Vols Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
BLANK 2,4-Dinitrophenol 51 -28-5 < 620 n/a ug/Kg u 12/07/09 

BLANK Di-n-octylphthalate 117-84-0 < 400 n/a ug /Kg u 12/07109 

BLANK N-Nitrosodi-n-dipropylamine 621 -64-7 < 150 n/a ug/Kg u 12107/09 

BLANK 2-Fluorobiphenyl(Surr) 321 -60-8 3767.3 94.200 % Re cov 66.000 122.000 12107/09 ::0 
BLANK Fluorene 86-73-7 < 150 n/a ug/Kg u 12/07/09 m 
BLANK Fluoranthene 206-44-0 < 150 n/a ug/Kg u 12/07109 0 
BLANK Hexachlorobenzene 118-74-1 < 150 n/a ug/Kg u 12107109 m 
BLANK Hexachlorobutadiene 87-68-3 < 150 n/a ug/Kg u - 12/07/09 ---? 
BLANK Hexachlorocyclopentadiene 77-47-4 < 150 n/a ug/Kg u 12/07/09 m 
BLANK Hexachloroethane 67-72-1 < 250 n/a ug/Kg u 12/07109 0 
BLANK lndeno( 1,2,3-cd)pyrene 193-39-5 < 330 n/a ug/Kg u 12107/09 (/) 
BLANK lsophorone 78-59-1 < 150 n/a ug /Kg u 12/07109 m 
BLANK Phenol 108-95-2 < 150 n/a ug/Kg u 12107/09 -u 
BLANK Naphthalene 91-20-3 < 150 n/a ug/Kg u 12107/09 -; 
BLANK Nitrobenzene-d5(Surr) 4165-60-0 3600.5 90.000 % Recov 63.000 125.000 12/07109 m 
BLANK Nitrobenzene 98-95-3 < 150 n/a ug/Kg u 12107/09 ~ 
BLANK 4-Nitrophenol 100-02-7 < 330 n/a ug /Kg u 12/07109 

(lJ 
m 

BLANK 4-Nitroaniline 100-01 -6 < 280 n/a ug/Kg u 12/07109 ::0 
BLANK N-Nitrosodiphenylamine 86-30-6 < 170 n/a ug/Kg u 12107/09 

BLANK Pentachlorophenol 87-86-5 < 400 nl a ug/Kg u 12/07109 N 
0) 

BLANK Phenanthrene 85-01 -8 < 150 n/a ug /Kg u 12/07/09 

BLANK Phenol-d5(Surr) 4165-62-2 3627 .8 90.700 % Re cov 66.000 124.000 12107/09 N 
BLANK Pyrene 129-00-0 < 150 n/a ug/Kg u 12/07109 0 

~ 

BLANK Tributyl phosphate 126-73-8 < 150 n/a ug /Kg u 12107/09 0 
BLANK 2,4,6-Tribromophenol(Surr) 118-79-6 3389.6 84.700 % Recov 49 .000 120.000 12/07109 

BLANK T erphenyl-d 14(Surr) 98904-43-9 4042.9 101 .000 % Recov 58.000 128.000 12107/09 
::0 LCS 1,2,4-Trichlorobenzene 120-82-1 5346.4 89 .100 % Recov 76.000 118.000 12/07/09 m 

LCS 1,4-Dichlorobenzene 106-46-7 5225 .3 87. 100 % Recov 68.000 121 .000 12107/09 < LCS 2,4-Dinitrotoluene 121 -14-2 5107.3 85 .100 % Recov 68.000 112.000 12107/09 

LCS 2-Fluorophenol(Surr) 367-12-4 3111 .8 77.800 % Recov 50.000 110.000 12/07109 
(/) 

0 
z 
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SDG Number: WSCF20091249 
Matrix: SOLID 
Test: SW-846 8270C Semi-Vols 

QC 
Type An.alyte 
LCS Acenaphthene 

LCS 4: chforo-3-meifiylphenoi 

LCS 2-Chlorophenol 

LCS N-Nitrosodi-n-dipropylamine 

LCS 2-FluorobiphenylfSurr) 

LCS Phenol 

LCS Nitrobenzene-d5(Surr) 

LCS 4-Nitrophenol 

LCS Pentachlorophenol 

LCS Phenol -d5(Surr) 

LCS Pyrene 

LCS 2,4,6-Tribromophenol(Surr) 

LCS Terphenyl-d14(Surr) 

CJ1 Report w13gq/rev .4 .2 p 10 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

Sample Date: 
Receive Date: 

Lower Upper RPD Analysis 
CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
83-32-9 5295.2 88.300 % Recov 75 .000 121 .000 12/07/09 

59-50-7 55 rn.o 91 .900 % Reco v 68.000 -- 117.000 12107109 

95-5 7-8 5268. 7 87.800 

621 -64-7 5434.5 90.600 

321 -60-8 3295. 1 82.400 

108-95-2 5382. 1 89 . 700 

4165-60-0 3113.4 77 .800 

100-02-7 4891 ,5 81.500 

87 -86-5 4882 .3 81.400 

4165-62-2 3227.3 80.700 

% Recov 84.000 114.000 

% Recov 76.000 119.000 

% Recov 58.000 109.000 

% Recov 80.000 113.000 

% Recov 60.000 118.000 

% Recov 42.000 123.000 

% Recov 55 .000 120.000 

% Recov 59.000 116.000 

12107/09 

12/07/09 :::0 
12/07/09 m 

0 12/07 /09 m 
12/07 /09 

12/07/09 < 
12107/09 m 
12/07/09 

0 
129-00-0 5638.9 94.000 % Recov 67 .000 122.000 12/07/09 (/) 

118-79-6 3306.5 82.700 

98904--43-9 3694.3 92 .400 

% Recov 60.000 120.000 

% Recov 60.000 120.000 

12/07/09 m 
12/07 /09 -a 

-; 
m 
~ 
ro 
m 
:::0 
I\.) 
0) 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: _ WSCF20091249 
Matrix: SOLID 
Test: VOA Ground Water Protection 

QC 
Type 

Lab ID: 

Analyte CAS# 

W09GR01088 
BATCH QC ASSOCIATED WITH SAMPLE 
MS 1 , 1 -Oichloroethene 

MS Benzene 

MS 4-8romofluorobenzene(Surr) 

MS Chlorobenzene 

MS 1,2-0ichloroethane-d4(Surr) 

MS Toluene-d8(Surr) 

MS Toluene 

MS Trichloroethane 

MSO 1, 1-0ichloroethene 

MSO Benzene 

M SO 4-Bromofluorobenzene(Surr) 

MSO Chlorobenzene 

MSO 1,2-0ichloroethane-d4(Surr) 

MSO Toluene-d8(Surr) 

MSO Toluene 

MSO Trichloroethane 

SPK-RPO 1, 1-0ichloroethene 

SPK-RPO Benzene 

SPK-RPO 4-8romofluorobenzene(Surr) 

SPK-RPD Chlorobenzene 

SPK-RPO 1,2-0ichloroethane-d4(Surr) 

SPK-RPO Toluene-d8(Surr) 

SPK-RPO Toluene-

SPK-RPD Trichloroethane 

~ Report w13gq/re11 .4.2 p 
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(,0 
-I,, 

75-35-4 

ff4:n 
460-00-4 

108-90-7 

17060-07-0 

2037-26-5 

108-88-3 

79-01-6 

75-35-4 

71 -43-2 

460-00-4 

108-90-7 

17060-07-0 

2037-26-5 

108-88-3 

79-01 -6 

75-35-4 

71 -43-2 

460-00-4 

108-90-7 

17060-07-0 

2037-26-5 

108-88-3 

79 -01-6 

QC Found QC Yield 

19.240 85 .400 

22.620 100.000 

46.350 103.000 

22.380 99.300 

51 .500 114.000 

46.100 102.000 

21 .840 96.900 

20.240 89.800 

21 .400 83.700 

27.520 108.000 

52.060 102.000 

27 . 110 106.000 

55.640 109.000 

52 .110 102.000 

26.180 102.000 

24. 110 94.300 

83.700 

108.000 

102.000 

106.000 

109.000 

102.000 

102.000 

94.300 

Lower 
Units Limit 

% Reco11 63 .000 

% Reco11 75.000-

% Reco11 75 .000 

% Reco11 79.000 

% Reco11 75 .000 

% Reco11 75.000 

% Reco11 76.000 

% Reco11 73.000 

% Reco11 63.000 

% Reco11 75 .000 

% Reco11 75.000 

% Reco11 79.000 

% Reco11 75.000 

% Re co11 75 .000 

% Reco11 76.000 

% Reco11 73.000 

RPO 

RPO 

RPO 

RPO 

RP• 
RP• 
RPO 

RPO 

Upper 
Limit 

117.000 

129.000 

125.000 

119.000 

125.000 

125.000 

120.000 

123.000 

117.000 

129.000 

125.000 

J J!l.000 

125.000 

125.000 

120.000 

123.000 

Department: Organic 

Sample Date: 12/01/09 
Receive Date:12/01/09 

RPO(%) 

2.011 

7.692 

0 .976 

6 .527 

4.484 

0 .000 

5.128 

4.889 

RPO 
Lim.it 

20.000 

20.000 

20.000 

20.000 

20.000 

20.000 

- 20.000 

20.000 

RQ 
Analysis 
Date 

12/07 /09 

12/07/09 --

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07/09 

12/07 /09 

;a 
m 
Q _ 
m 
< m 
0 
CJ) 
m 
'lJ -, 
m 
~ 

12/07/09 ---- W 
12/07/09 m 
12/07/09 ;a 
12/07/09 N 
12/07/09 CJ) -12/07/09 

N 
12/07/09 0 
12/07/09 ~ 

12/07/09 0 

12/07/09 

12/07 /09 ;a 
12,01,09--m 

12/07/09 < 
CJ) 

0 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 12/01/09 
Test: VOA Ground Water Protection Receive Date: 12/01/09 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W09GR01101 
BATCH QC ASSOCIATED WITH SAMPLE 

;o SURR 4-Bromofluorobenzene(Surr) 460-00-4 55.540 102.000 % Recov 75.000 125.000 12/07/09 

SURR 1,2-Dichloroethane-d4(Surr) 17060-07-0 59.680 109.000 % Recov 75.000 125.000 12/07/09 m 
0 SURR Toluene-d8(Surr) 2037-26-5 56 .260 103.000 % Recov 80.000 126.000 12/07/09 m 

Lab ID: W09GR01104 < 
BATCH QC ASSOCIATED WITH SAMPLE m 
SURR 4-Bromofluorobenzene(Surr) 460-00-4 53.350 103.000 % Recov 75 .000 125.000 12/08/09 

0 
SURR 1,2-Dichloroethane-d4(Surrl 17060-07-0 57.830 111 .000 % Recov 75.000 125.000 12/08/09 (/) 

SURR Toluene-d8(Surr) 2037-26-5 53.620 103.000 % Recov B0.000 126.000 12/08/09 m 
-0 

BATCH QC -; 
m 

BLANK 1, 1-Dichloroethane 75.34.3 < 1.0 n/a ug/Kg u 12/07/09 s: 
BLANK 1, 1, 1-Trichloroethane 71 -55-6 < 1.0 n/a ug/Kg u 12/07/09 co 
BLANK 1, 1,2-Trichloroethane 79-00-5 < 1.0 n/a ug/Kg u 12/07/09 m 
BLANK 1, 1,2,2-Tetrachloroethane 79-34-5 < 1.0 n/a ug/Kg u 12/07/09 ;o 
BLANK 1 , 1-Dichloroethene 75-35-4 < · 1.0 n/a ug/Kg u 12/07/09 N 
BLANK 1,2-Dichloroethane 107-06-2 < 1.0 n/a ug/Kg u 12/07/09 O') 

BLANK 1,2-Dichloroethene(Total) 540-59-0 < 1.0 n/a ug/Kg u 12/07/09 
N 

BLANK 1-Butanol 71 -36-3 < 100 n/a ug/Kg u 12/07/09 0 
BLANK 2-Hexanone 591 -78-6 < 1.0 n/a ug/Kg u 12/07/09 -lo. 

BLANK 4-Methyl-2-Pentanone 108-10-1 < 1.0 n/a ug/Kg u 12/07/09 0 
BLANK Acetone 67-64-1 < 1.0 n/a ug/Kg u 12/07/09 

BLANK Bromodichloromethane 75-27-4 < 1.0 n/a ug/Kg u 1_2/07/09 ;o 
BLANK Benzene 71 -43-2 < 1.0 n/a ug/Kg u 12/07/09 m 
BLANK 4-Bromofluorobenzene(Surrl 460-00-4 53 .030 106.000 % Recov 75.000 125.000 12/07/09 < 
BLANK Bromoform 75-25-2 < 1.0 n/a ug/Kg u 12/07/09 (/) 
BLANK Carbon disulfide 75-15-0 < 1.0 n/a ug/Kg u 12/07/09 

0 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20091249 
Matrix: SOLID Sample Date: 
Test: VOA Ground Water Protection Receive Date: 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
BLANK Carbon tetrachloride 56-23-5 < 1.0 n/a ug/Kg u 12/07/09 

BLANK Dibromochloromethane 124-48-1 < 1.0 n/a ug/Kg u 12/07/09 

BLANK Chloroform 67-66-3 < 1.0 n/a ug/Kg u 12/07/09 

BLANK Chlorobenzene 108-90-7 < 1.0 n/a ug/Kg u 12/07/09 
;o 

BLANK cis-1, 2-Dichloroethylene 156-59-2 < 1.0 n/a ug/Kg u 12/07/09 m 
0 BLANK cis -1,3-Dichloropropene 10061 -01 -5 < 1.0 n/a ug/Kg u 12/07/09 m 

BLANK Chloroethane 75-00-3 < 1.0 n/a ug/Kg u 12/07/09 

BLANK 1,2-Dichloroethane-d4(Surr) 17060-07-0 51 .760 104.000 % Recov 75 .000 125.000 12/07/09 < 
BLANK trans-1,2-Dichloroethylene 156-60-5 < 1.0 n/a ug/Kg u 12/07/09 m 
BLANK 1,2-Dichloropropane 78-87-5 < 1.0 n/a ug/Kg u 12/07/09 

0 
BLANK Ethylbenzene 100-41 -4 < 1.0 n/a ug /Kg u 12/07/09 (/) 

BLANK Bromomethane 74-83-9 < 1.0 n/a ug /Kg u 12/07/09 m 
-u BLANK Chloromethane 74-87-3 < 1.0 n/a ug/Kg u 12/07/09 --i 

BLANK 2-Butanone 78-93-3 < 1.0 n/a ug/Kg u 12/07/09 m 
BLANK Methylenechloride 75-09-2 < 1.0 n/a ug/Kg u 12/07/09 ~ 
BLANK Tetrachloroethene 127-18-4 < 1.0 n/a ug/Kg u 12/07/09 OJ 
BLANK Styrene 100-42-5 < 1.0 n/a ug/Kg u 12/07/09 m 
BLANK Xylenes (total) 1330-20-7 < 1.0 n/a ug/Kg u 12/07/09 ;o 
BLANK Toluene-d8(Surr) 2037-26-5 51 .280 103.000 % Recov 80.000 126.000 12/07/09 N 
BLANK Toluene 108-88-3 < 1.0 n/a ug/Kg u 12/07/09 0) 

BLANK trans-1 ,3-Dichloropropene 10061 -02-6 < 1.0 n/a ug/Kg u 12/07/09 
N 

BLANK Trichloromonofluoromethane 75-69-4 < 1.0 n/a ug/Kg 0.000 5.000 u 12/07/09 0 
BLANK Trichloroethene 79-01-6 < 0 .20 n/a ug/Kg u 12/07/09 ~ 

BLANK Vinyl chloride 75-01 -4 < 1.0 n/a ug/Kg u 12/07/09 0 
LCS 1, 1-Dichloroethene 75-35-4 19.990 80.000 % Recov 75.000 125.000 12/07/09 

LCS Benzene 71 -43-2 24.710 98.800 % Recov 75.000 125.000 12/07/09 ;o 
LCS 4-Bromofluorobenzene(Surr) 460-00-4 52.910 106.000 % Recov 75.000 125.000 12/07/09 m 
LCS Chlorobenzene 108-90-7 25.120 100.000 % Recov 75 .000 125 .000 12/07/09 < 
LCS 1,2-Dichloroethane-d4(Surr) 17060-07-0 51 .520 103.000 % Recov 75.000 125.000 12/07/09 (/) 
LCS Toluene-d8(Surr) 2037-26-5 51 .010 102.000 % Recov 80.000 126.000 12/07/09 

0 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: VOA Ground Water Protection 

QC 
Type 
LCS 

LCS 

Analyte 
Toluene 

Trichloroethene 

0) Report w13gq/rev.4.2 p 14· 

O 14-jan-2010 13:09:05 a 
co 
..a. 

CAS# 
108-88-3 

79-01 -6 

QC Found QC Yield 
24.530 

23.110 

98.100 

92.400 

Lower 
Units Limit 
% Recov 75.000 

% Recov 75 .000 

Upper 
Limit 

125.000 

125.000 

Department: Organic 

Sample Date: 
Receive Date: 

RPO(%) 
RPD 

Limit RQ 
Analysis 
Date 

12/07/09 

12/07/09 

::u 
m 
0 
m 
< m 
0 
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~ 
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WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Sample # Client ID 

Steve Trent 
Fl0-011 

Lab Area 

VALGROUP 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

VALTEST - Test Validation 
LOGTEST - Login for Tests 

This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory . 

0) 
.Jo. 

0 ..., 
(0 
.Jo. 

wgppc/5. 2 Report# : WSCF20091249 Report Date: 14-jan-2010 

Group#: 
Department: 

WSCF20091249 
Organic 

Comment 

ICP-MS:Aluminum sample concentration more 

than 4X spike amount . Spike information not valid . "X" flag 

Manganese spike recoveries above 130%. "N" flag 

ICP-AES: Samples W09GR1099 and W09GR1102 

Estimated boron result due to iron interference; "E" flag . 

Iron sample result exceeds spiking level by a factor of 4 so 

spike recoveries are not valid . 

Sample result less than 5 times the MDL; "B" flag . 

Hexavalent Chromium matrix spike recoveries were below limit 

s. This is likely due to matrix effects of a reducing solid 

sample . jpw 

Organic : Results are moisture corrected and reported on a 

dry weight basis . cgc 

IC Cation - MS/MSD recoveries out of limits for ammonia. 

Data N-flagged . DTS 

Cyanide: LCS recovery is calculated as 115.356% . 

This is considered as 115% and meets the acceptance 

criterion of B5 - 115%. 

Calibration standard was expired 12-1-09 was was verified 

TESTDATA - Test Data Entry 

Page 
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WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Steve Trent 
Fl0-011 

Sample # Client ID Lab Area Test 

0) 
l"IJ 
0 
'""' (0 
...I. 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

VAL TEST - Test Validation 
LOGTEST - Login for Tests 

This report may not be reproduced, except in its entirety without the w ritten approval of the WSCF Laboratory . 

wgppc/5.2 Report# : WSCF20091249 Report Date: 14-jan-201 O 

Group#: 
Department: 

Comment 

against the new standard at 99% recovery ·x· fl ag 

TESTDATA - Test Data Entry 

WSCF20091249 
Organic 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:FI0-011 
Sample# W09GR01099 

Group#: 
Department: 
Sampled: 

Client ID: B22RK2 GPP TRENT Matrix: SOIL Received: 
WSCF 

Test Performed CAS # Method RQ Result Unit 
Americium by AEA 
Americium-241 14596-10-2 LA-508-471 0 .0260 pCi/g 

Am-243 tracer by AEA AM243 LA-508-471 4 .00 pCi/g 

Gamma Energy Analysis-grd H2O 
Antimony-125 14234-35-6 LA-508-481 u -0 .0439 pCi /g 

Cobalt-60 10198-40-0 LA-508-481 u -6.1 le-04 pCi/g 

Ceslum-137 10045-97-3 LA-508-481 u 0 .0144 pCi/g 

Europium-152 14683-23-9 LA-508-481 u -0 .0624 pCi/g 

Europium-1 54 15585-10-1 LA-508-481 u -0 .0484 pCi/g 

Europium-155 14391 -16-3 LA-508-481 u 8. 12e-04 pCi/g 

Gross Alpha on Alpha Plateau 
Gross alpha on alpha plateau 12587-46-1 LA-508-415 1.60 pCi/g 

Gross Alpha/Gross Beta (AB32) 
Gross beta 12587-47-2 LA-508-415 11 . 1 pCi/g 

Plutonium Isotopics by AEA 
Ptutonium-238 13981 -16-3 LA-508-471 u 0 .0140 pCi/g 

Pu-239/240 by AEA PU-239/240 LA-508-471 0.0260 pCi/g 

Pu-242 13982-10-0 LA-508-471 5.80 pCi/g 

Strontium 89/90 
Strontium-89/90 SR-RAD LA-508-415 4.50 pCi/g 

Sr-85 Tracer by Beta Counting SR85 LA-508-415 79.5 Percent 

TC99 by Liquid Sein. 
Tc-99 by Liquid Sein. 14133-76-7 LA-508-421 u -0 .700 pCi/g 

Uranium lsotopics by AEA 
Uranium-233/234 U-233/234 LA-508-471 0.180 pCi /g 

MDL=Minimum Detection Limit 
RQ = Result Qualifier 

8 · The analyte < the RDL but > = the IDL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors (inorg) 
-- - ··-· -

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

+ -0 .0164 

+·0 .0637 

+ -6.11 e-03 

+ -0 .0263 

+ -0 .101 

+ -0 .0815 

+ -8.12e-03 

+-0.576 

+ -1.44 

+ -0 .0339 

+-0 .0169 

+-0 .810 

+ -0 .700 

+ -0 .0594 

tP Err='total Propagated Error 
DF=Dilution Factor X • Other flags/notes desc ribed in the comments/narrative(inorg) 

0) • - Indicates results that have NOT been validated; 

(..J Repon WGPP!ver. 5.2 
2. Groundwater Remediation Program 
(.0 
~ 

+ - Indicates more than six qualifier symbols 

Unit DF MDL PQL 

pCi/g 1.00 0.018 

1.00 0 .014 

pCi/g 1.00 0 .11 

pCi/g 1.00 0 .047 

pCi/g 1.00 0 .047 

pCi/g 1.00 0 .12 

pCi/g 1.00 0. 14 

pCi/g 1.00 0.20 

pCi/g 1.00 0 .61 

pCi/g 1.00 0 .84 

pCi/g 1.00 0 .058 

pCi/g 1.00 0 .015 

1.00 0.018 

pCi/g 1.00 0 .35 

1.00 0 .0 

pCi/g 1.00 0.40 

pCi /g 1.00 0 .014 

D - Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside contro l limlts .(inorg) 

U - Analyzed for but not detected above limiting criteria.(org) 

WSCF20091249 
Radiochemistry 
12/01/09 
12/01/09 

Analysis Date 

01/05/10 

01 /05/10 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/03/09 

12/30/09 

12/29/09 

01/06/10 

01 /06/10 

01 /06/10 

12/28/09 

12/28/09 

12/21/09 

01/05/ 10 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:Fl0-011 
Sample # W09GRO 1099 
Client ID: B22RK2 GPP TRENT 

WSCF 
Test Performed CAS # Method RQ 
Uranium-235 

Uranium-238 

U-232 tracer by AEA 

15117-96-1 

U-238 

U232 

LA-508-471 

LA-508-471 

LA-508-471 

Matrix: 

Result Unit TP Err 

SOIL 

Unit 
0 .0100 pCi/g + -9 .30e-03 pCi/g 

0 .200 pCi/g + -0.0640 pCi/g 

3.80 pCi/g 

DP 
1.00 

1.00 

1.00 

Group#: 
Department: 
Sampled: 
Received: 

MDL PQL 
5.6e-03 

0.014 

0 .044 

MDL= Minimum Detection Limit B - The analyte < the AOL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier E - Analyte is an estimate, has potentially larger errors(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

N • Spike sample recovery is outside control limits .(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria(inorg) 

DF=Dilution Factor X - Other flags/notes described in the comments/narrative(inorg) 

~ • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

0 
Repon WGPP/ver. 5.2 

"""' GroundwaJer Remediation Program 
C0 ..... 

U - Analyzed for but not detected above limiting criteria. (org) 

WSCF20091249 
Radiochemistry 
12/01/09 
12/01/09 

Analysis Date 
01/05/10 

01/05/10 

01/05/10 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent Group#: 
SAF Number:FI0-011 Department: 
Sample# W09GR01102 Sampled: 
Client ID: B22T64 GPP TRENT Matrix: SOIL Received: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Americium by AEA 
Americium-241 14596-10-2 LA-508-47 1 0.0320 pCi/g 

Am-243 tracer by AEA AM243 LA-508-471 3 .90 pCi/g 

Gamma Energy Analysis-grd H2O 
Antimony-125 14234-35-6 LA-508-481 u 0.0265 pCi/g 

Cobalt-60 10198-40-0 LA-508-481 u -0 .0210 pCi/g 

Ces ium-137 10045-97-3 LA-508-481 u -7 .07e-03 pCi /g 

Europium-152 14683-23-9 LA-508-481 u 0 .0245 pCi /g 

Europium-154 15585-10-1 LA-508-481 u 0 .0532 pCi/g 

Europium-1 55 14391 -16-3 LA-508-481 u 0.0695 pCi /g 

Gross Alpha on Alpha Plateau 
Gross alpha ~n al~a plateau _ 1 2587-46-1 LA-508-415 1.90 _p_Ci/_g _ 

Gross Alpha/Gross Beta (AB32) 
Gross beta 12587-47-2 LA-508-415 10.3 pCi/g 

Plutonium Isotopics by AEA 
Plutonium-238 13981 -16-3 LA-508-471 u 0,0130 pCi/g 

Pu-239/240 by AEA PU-239/240 LA-508-471 u 3 .80e-03 pCi/g 

Pu-242 13982-10-0 LA-508-471 5.80 pCi/g 

Strontium 89/90 
Strontium-89/90 SR-RAD LA-508-415 4.20 pCi /g 

Sr-85 Tracer by Beta Counting SR85 LA-508-415 72.7 Percent 

TC99 by Liquid Sein. 
Tc-99 by Liquid Sein . 14133-76-7 LA-508-421 u -0 .900 pCi/g 

Uranium Isotopics by AEA 
Uranium-233/234 U-233/234 LA-508-471 0 .310 pCi/g 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 

B • The analyte < the RDL but > = the IDL/MDL (inorg) 

E - Analyte is an estimate, has potentially larger errors(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

+-0.0150 

+ -0 .0609 

+ -0 .0226 

+ -0.0244 

+ -0.111 

+ -0 .0776 

+ -0 .0791 

+-0 .608 

+ -1.34 

+-0.0268 

+ -7.68e-03 

+-0.840 

+ -0 .900 

+ -0 .0930 

TP Err=Total Propagated Error 
DF=Dilution Factor X - Other flags /notes described in the comments/narrative(inorg) 

O> • - Indicates results that have NOT been validated; 

o, Report WGPP!ver. 5.2 a Groundwater Remediation Program 
<O -

+ - Indicates mere than six qualifier symbols 

Unit DP MDL PQL 

pCi/g 1.00 0 .010 

1.00 0.013 

pCi/g 1.00 0 .10 

pCi/g 1.00 0 .036 

pCi/g 1.00 0.042 

pCi/g 1.00 0 . 11 

pCi/g 1.00 0 . 14 

pCi/g 1.00 0 . 13 

pCi /g 1.00 0.59 

pCi /g 1.00 0 .82 

pCi/g 1.00 0 .047 

pCi/g 1.00 0.014 

1.00 0 .025 

pCi/g 1.00 0.37 

1.00 0 .0 

pCi/g 1.00 0.40 

pCi/g 1.00 0 .015 

D - Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside control limits .(inorg) 

U - Analyzed for but not detected above limiting criteria. (org) 

WSCF20091249 
Radiochemistry 
12/01/09 
12/01/09 

Analysis Date 

01 /05110 

01 /05/10 

12/03/09 

12/03/09 

12103/09 

12/03/09 

12/03/09 

12/03/09 
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WSCF 
"-

AN AL YTI CAL RESULTS REPORT 

Attention: Steve Trent Group#: 
SAF Number:Fl0-011 Department: 
Sample # W09GR01102 Sampled: 
Client ID: B22T64 GPP TRENT 

WSCF 
Matrix: SOIL 

Unit 

Received: 

Test Performed CAS # Method RQ Result Unit TP Err 
Uranium-235 

Uranium-238 

U-232 tracer by AEA 

15117-96-1 

U-238 

U232 

LA-508-471 

LA-508-471 

LA-508-471 

0 .0300 pCi/g 

0.310 pCi/g 

3.70 pCi/g 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 

B - The analyte < the RDL but > = the IDL/MDL (inorgl 

TP Err=Total Propagated Error 
DF=Dilution Factor 

E - An alyte is an estimate. has potentially larger errors(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

0) • - Indicates results that have NOT been validated; 

o, Report WGPP/ver. 5. 2 a Groundwater Remediation Program 
(0 

+ • Indicates more than six qualifier symbols 

...1i. 

+ -0 .0177 

+ -0 .0930 

pCilg 

pCi/g 

DF 
1.00 

1.00 

1.00 

MDL PQL 
5.9e-03 

5.4e-03 

0 .041 

D • Analyte was identified at a secondary dilution factor(inorg) 

N - Spike sample recovery is outside con trol limits.(inorg) 

U • Analyzed for but not detected above limiting criteria .(org) 

WSCF20091249 
Radiochemistry 
12/01/09 
12/01/09 

Analysis Date 
0110511 0 

01 105/10 

01105110 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Nwnber: WSCF20091249 
Matrix: SOLID 
Test: Americium by AEA 

QC Lower Upper 
Type Analyte CAS# QC Found QC Yield Units Limit Limit 

Lab ID: W09GR01033 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Americium-241 14596-10-2 U1 .4e-2 RPO 

DUP Am-243 tracer by AEA AM243 4 .117 90.680 % Recov 30.000 105.000 

Lab ID: W09GR01099 
BATCH QC ASSOCIATED WITH SAMPLE 
SURR Am-243 tracer by AEA AM243 3.955 78 .570 % Recov 30.000 105.000 

Lab ID: W09GR01102 
BATCH QC ASSOCIATED WITH SAMPLE 
SURR Am-243 tracer by AEA AM243 3 .889 91 .280 % Recov 30.000 105.000 

BATCH QC 
BLANK Americium-241 14596-10-2 2 .9e-2 0.029 pCi/g -10.000 1000.000 

BLANK Am-243 tracer by AEA AM243 4 .216 83 .870 % Recov 30.000 105.000 

LCS Americium-241 14596-10-2 11 .76 99 .241 % Recov 80.000 120.000 

LCS Am-243 tracer by AEA AM243 11 .7 96 .820 % Recov 30.000 105.000 

O)Reportw13gq/rev.4 .2 p 15 a 14-jan-2010 13:09:05 

(.0 
..a. 

Department: Radiochemistry 

Sample Date: 11/20/09 
Receive Date: 11/20/09 

RPO Analysis 
RPO(%) Limit RQ Date 

n/a 20.000 01 /05/10 

01 /05/10 

01/05/10 

01/05/10 

01/05/ 10 

01 /05/10 

01 /05/10 

01 /05/ 10 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Gamma Energy Analysis-grd H2O 

QC 
Type 

Lab ID: 

Analyte CAS# 

W09GR01099 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Cobalt-60 10198-40-0 

DUP Cesium-137 10045-97 -3 

DUP Europium-152 14683-23-9 

DUP Europium-154 15585-10-1 

DUP Europium-155 14391 -16-3 

DUP Anlimony-125 14234-35-6 

BATCH QC 
BLANK Cobal1-60 10198-40-0 

BLANK Cesium-137 10045-97-3 

BLANK Europium-152 14683-23-9 

BLANK Europium-154 15585-10-1 

BLANK Europium-155 14391 -16-3 

BLANK Antimony-125 14234-35-6 

LCS Cobalt-60 1019B-40-0 

LCS Cesium-137 10045-97-3 

~ Reporl w13gq/rev .4 .2 p 16 

O 14-jan-2010 13:09:05 

.... 
(0 
..I, 

QC Found QC Yield 

U-4 .424e-3 

U-3 .783e-2 

U4.693e-2 

U-0 .1321 

U-7.209e-2 

U-6.006e-3 

U3 .746e-3 n/a 

U-5.49e-3 n/a 

U4.533e-3 n/a 

Ul .951e-2 n/a 

U5 .755e-3 n/a 

UB.805e-3 n/a 

10430 104.930 

6434 106.523 

Lower 
Units Limit 

RPD 

RPD 

RPD 

RPD 

RPD 

RPD 

pCi/g -10.000 

pCi/g -10.000 

pCi/g - 10.000 

pCi lg - 10.000 

pCi /g -10.000 

pCi/g -10.000 

% Recov 80.000 

% Recov 80.000 

Upper 
Limit 

1000.000 

1000.000 

1000.000 

1000.000 

1000.000 

1000.000 

120.000 

120.000 

Department: Radiochemistry 

Sample Date: 12/01/09 
Receive Date: 12/01/09 

RPD(%) 

n/a 

n/a 

n/a 

n/a 

n/a 

n/a 

RPD 
Limit 

20.000 

20.000 

20.000 

20.000 

20.000 

20.000 

RQ 
Analysis 
Date 

12/15/09 

12115109 

12115/09 

12/15/09 

12/15/09 

12115/09 

12/15/09 

12115/09 

12115/09 

12/15/09 

12/15/09 

12115/09 

12/15/09 

12/ 15/09 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Gross Alpha on Alpha Plateau 

QC 
Type Analyte 

Lab ID: W09GR01099 

CAS# 

BATCH QC ASSOCIATED WITH SAMPLE 
DUP Gross alpha on alpha plateau 

BATCH QC 
BLANK 

LCS 

Gross alpha on alpha plateau 

Gross alpha on alpha plateau 

C,, Report wl 3gq/rev.4.2 p 17 

CO 14-jan-2010 13:09:05 
0 ..... 
co 
...I, 

12587-46-1 

12587-46-1-ap 

12587-46-1-ap 

QC Found QC Yield 

1.9 

Ul .BE-02 

5.4 

n/a 

83.077 

Lower 
Units Limit 

RPD 

pCi /g -2.000 

% Recov 80.000 

Upper 
Limit 

2.000 

120.000 

Department: Radiochemistry 

Sample Date: 12/01/09 
Receive Date: 12/01/09 

RPO(%) 

17.143 

RPO 
Limit 

20.000 

RQ 
Analysis 
Date 

12/30/09 

12/30/09 

12/30/09 

::0 
m 
0 
m 
< m 
0 
(/) 
m 
""CJ 
--i m 
s: 
OJ 
m 
::0 
N 
0) -
N 
0 
~ 

0 

::0 
m 
< 
(/) 

0 

~ 



WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Gross Alpha/Gross Beta (AB32) 

QC 
Type Analyte 

Lab ID: W09GR01099 

CAS# 

BATCH QC ASSOCIATED WITH SAMPLE 
DUP Gross beta 

BATCH QC 
BLANK 

LCS 

Gross beta 

Gross beta 

...... Report w13gq/rev.4.2 p 18 
0 a 14-jan-2010 13:09 :05 

C0 ..... 

12587-47-2 

12587-47-2 

12587-47-2 

QC Found QC Yield 

11 .4 

U-3.4E-01 

23.4 

n/a 

104.651 

Lower 
Units Limit 

RPO 

pCi/g -10.000 

% Recov 80.000 

Upper 
Limit 

10.000 

120.000 

Department: Radiochemistry 

Sample Date: 12/01/09 
Receive Date:12/01/09 

RPD 
RPD(%) Limit RQ 

2.667 20.000 

Analysis 
Date 

12/29/09 

12/29/09 

12/29/09 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SO LID 
Test: Plutonium Isotopics by AEA 

QC 
Type Analyte CAS# 

Lab ID: W09GR01033 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Plutonium-238 1398 1-16-3 

OUP Pu-239/240 by AEA PU-239/240 

OUP Pu-242 13982-10-0 

Lab ID: W09GR01099 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA Pu-242 13982-10-0 

Lab ID: W09GR01102 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA Pu-242 13982-10-0 

BATCH QC 
BLANK Plutonium-238 13981 -16-3 

BLANK Pu-239/240 by AEA PU-239/240 

BLANK Pu-242 PU242 

LCS Pu-239/240 by AEA PU-239/240 

LCS Pu-242 PU242 

...... Report w13gq/rev.4.2 p 19 
-I, 

0 
"""" co 
-I, 

14-jan-2010 13:09:05 

Lower Upper 
QC Found QC Yield Units Limit Limit 

U2.9e-2 RPO 

U9 .2e-3 RPO 

6.088 88 .080 % Recov 30.000 105.000 

5.848 79 .540 % Recov 30.000 105.000 

5.751 86.560 % Recov 30.000 105.000 

U-3.6e-2 n/a pCi/g -10.000 1000.000 

U5 .6e-3 n/a pCi/g -10.000 1000.000 

6.234 86.700 % Recov 30.000 105.000 

12.98 101 .051 % Recov 80.000 120.000 

17.3 83.310 % Re cov 30.000 105.000 

Department: Radiochemistry 

Sample Date: 11/20/09 
Receive Date: 11/20/09 

RPD Analysis 
RPO(%) Limit RQ Date 

n/a 20.000 01 /06/10 

n/a 20.000 01 /06/10 

01 /06/10 

01 /06/10 

01 /06/ 10 

01 /06/10 

01 /06/10 

01 /06/10 

01 /06/10 

01 /06/ 10 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Strontium 89/90 

QC 
Type Analyte CAS# 

Lab ID: W09GR01033 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Sr-85 Tracer by Beta Counting SRB5 

DUP Strontium-89/90 SR-RAD 

Lab ID: W09GR01099 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA Sr-85 Tracer by Beta Counting SR85 

Lab ID: W09GR01102 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA Sr-85 Tracer by Beta Counting SR85 

BATCH QC 
BLANK Sr-85 Tracer by Beta Counting SRB5 

BLANK Strontium-89/90 10098-97-2 

LCS Sr-85 Tracer by Beta Counting SRB5 

LCS Strontium-89/90 10098-97-2 

...... Report w13gq/rev.4.2 p 20 

"3 14-jan-2010 13:09:05 
0 ..., 
co 
~ 

Lower Upper 
QC Found QC Yield Units Limit Limit 

82 .B 82.800 % Recov 30.000 105.000 

U-3.0E-01 RPO 

79.5 79.500 % Recov 30.000 105 .000 

72 .7 72.700 % Recov 30.000 105 .000 

90.3 90.300 % Recov 30.000 105.000 

U-8 .4E-01 n/a pCi/g -10.000 300.000 

71 . 1 71.100 % Recov 30.000 105.000 

66.2 95 .252 % Recov 80.000 120.000 

Department: Radiochemistry 

Sample Date: 11/20/09 
Receive Date: 11/20/09 

RPD Analysis 
RPO(%) Limit RQ Date 

12/28/09 

n/a 20.000 12/28/09 

12/28/09 

12/28/09 

12/28/09 

12/28/09 

12/28/09 

12/28/09 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: TC99 by Liquid Sein. 

QC 
Type Analyte 

Lab ID: W09GR01086 

CAS# 

BATCH QC ASSOCIATED WITH SAMPLE 
DUP Tc-99 by Liquid Sein. 

MS Tc-99 by Liquid Sein . 

BATCH QC 
BLANK Tc-99 by Liquid Sein. 

LCS Te-99 by Liquid Sein. 

-...a Report w l 3gq/rev.4 .2 p 21 

W 14-jan-2010 13:09:05 
0 ..., 
(0 
...a. 

14133-76-7 

14133-76-7 

14133-76-7 

14133-76-7 

QC Found QC Yield 

U-0.7 

109 109.000 

U-0 .8 n/a 

8 .5 85 .859 

Lower 
Units Limit 

RPO 

% Reeov 75 .000 

pCi/g -10.000 

% Reeov 80.000 

Upper 
Limit 

125.000 

1000.000 

120.000 

Department: Radiochemistry 

Sample Date: 12/01/09 
Receive Date: 12/01/09 

RPD 
RPO(%) Limit RQ 

n/a 20.000 

Analysis 
Date 

12/21 /09 

12/21 /09 

12/21 /09 

12/21 /09 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20091249 
Matrix: SOLID 
Test: Uranium Isotopics by AEA 

QC Lower Upper 
Type Analyte CAS# QC Found QC Yield Units Limit Limit 

Lab ID: W09GR01033 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP U-232 tracer by AEA U232 3.963 83.710 % Recov 30.000 105.000 

OUP Uranium-233/234 U-233/234 0.13 RPO 

OUP Uranium-235 15117-96-1 1.9e-2 RPO 

OUP Uranium-238 U-238 0 .14 RPO 

Lab ID: W09GR01099 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA U-232 tracer by AEA U232 3 .807 78.090 % Recov 30.000 105.000 

Lab ID: W09GR01102 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA U-232 tracer by AEA U232 3.744 79.500 % Recov 30.000 105.000 

BATCH QC 
BLANK U-232 tracer by AEA U232 4.058 61 .493 % Recov 30.000 105.000 

BLANK Uranium-233/234 13966-29-5 U3e-03 n/a pCi/g -10.000 1000.000 

BLANK Uranium-235 15117-96-1 U-3.17e-3 n/a pCi/g -10.000 1000.000 

BLANK Uranium-238 24678-82-8 U5.8e-3 n/a pCi/g -10.000 1000.000 

LCS U-232 tracer by AEA U232 11 .26 85 .990 % Recov 30.000 105.000 

LCS Uranium-238 24678-82-8 18.43 115.274 % Recov 80.000 120.000 

...... Report w13gq/rev .4 .2 p 22 
~ -0 14-Jan-2010 13:09:05 .... 
co 
~ 

Department: Radiochemistry 

Sample Date: 11/20/09 
Receive Date: I 1 /20/09 

RPD Analysis 
RPO(%) Limit RQ Date 

01/05/10 

8.000 20.000 01/05/10 

n/a 20.000 01/05/10 

0.000 20.000 01/05/10 

01 /05/10 

01/05/10 

01/05/10 

01/05/10 

01 /05/10 

01 /05/10 

01/05/10 

01 /05/10 
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WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Sample # Client ID 

Steve Trent 
Fl0-011 

Lab Area 

VALGROUP 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

VALTEST - Test Validation 
LOGTEST - Login for Tests 

This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory . 

....... 
UI O wgppc/5.2 Report# : WSCF20091249 Report Date : 14-Jan-2010 ..., 
co 
~ 

Group#: 
Department: 

WSCF20091249 
Radiochemistry 

Comment 

ICP-MS:Aluminum sample concentration more 

than 4X spike amount . Spike information not val id. •x• flag 

Manganese spike recoveries above 130%. "N" flag 

ICP-AES : Samples W09GR1099 and W09GR1102 

Estimated boron result due to iron interference; "E" flag. 

Iron sample result exceeds spiking level by a factor of 4 so 

spike recoveries are not valid. 

Sample result less than 5 times the MDL; •s· flag . 

Hexavalent Chromium matrix spike recoveries were below limit 

s. This is likely due to matrix effects of a reducing solid 

sample . jpw 

Organic : Results are moisture corrected and reported on a 

dry weight basis. cgc 

IC Cation • MS/MSD recoveries out of limits for ammonia . 

Data N-flagged . DTS 

Cyanide : LCS recovery is calculated as 115.356% . 

This is considered as 115% and meets the acceptance 

criterion of 85 - 115%. 

Calibration standard was expired 12-1-09 was was verified 

TESTDATA - Test Data Entry 

Page 3 
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WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Sample # Client ID 

Steve Trent 
Fl0-011 

Lab Area 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

VALTEST - Test Validation 
LOGTEST - Login for Tests 

This report may not be reproduced, except in its entirety wi thout the written approval of the WSCF Laboratory . 

~ 

0) wgppc/5.2 Report#: WSCF20091249 a 
(0 
...a. 

Report Date: 14-jan-2010 

Group#: WSCF20091249 
Department: Radiochemistry 

Comment 

against the new standard at 99% recovery "X" flag 

TESTDATA - Test Data Entry 

Page 4 
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WSCF 
TENTATIVELY IDENTIFIED PEAK REPORT 

Attention: Steve Trent 
Project Number Fl0-011 :Fl0-011 

Sample# Client ID Test Name Peak Name 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis -grd H20 AC-228 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis-grd H20 AC-228 Count Error 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis -grd H20 BI -214 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis-grd H20 BI-214 Count Error 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis-grd H20 K-40 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis-grd H20 K-40 Count Error 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis -grd H20 PB-212 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis-grd H20 PB-212 Count Error 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis-grd H20 RA-226 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis-grd H20 RA-226 Count Error 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis -grd H20 RA-228 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis-grd H20 RA-228 Count Error 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis-grd H20 TL-208 

W09GR01099 B22RK2 GPP TRENT Gamma Energy Analysis -grd H20 TL-208 Count Error 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 AC-228 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 AC-228 Count Error 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analys is-grd H20 BI -212 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis -grd H20 BI-212 Count Error 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis -grd H20 81 -214 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 BI -214 Count Error 

W09GR01102 822T64 GPP TRENT Gamma Energy Analysis-grd H20 K-40 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 K-40 Count Error 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 PB-212 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 PB-212 Count Error 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 PB-214 

RQ = Result Qualifier 

This report may not be reproduced , except in its entirety without the written approval of the WSCF Laboratory . 

..-, Groundwater Remediation Program 

..-, WGPPE v 5.2 Report# : WSCF20091249 Report Date : 14-jan -2010 

0 -«> 
..a. 

CAS# 

Group#: WSCF2009 l 249 
Department: Radiochemistry 

RT RQ Result Units 

1.1 pCi/g 

30 % 

0 .71 pCi/~ 
26 % 

24 pCi/~ 

13 % -

1.1 pCi/~ 

13 
% 0 

0.60 pCi/g 

19 % en 
0.82 pCi/!H 

27 % --i 
0 .31 pCi/lfn 

20 % s: 
0 .86 pCi/'OJ 

31 % m 
0.48 pCi!q;;cJ 

45 % N 
0.63 pCi/((j) 

31 % 
N 

19 pCi/lQ 

13 % -lo. 

0 .97 pCi/gQ 

11 % 

1.0 pCi!g;::cJ 
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en 
0 z 
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WSCF 
TENTATIVELY IDENTIFIED PEAK REPORT 

Attention: Steve Trent 
Project Number Fl0-011 :Fl0-011 

Sample# Client ID Test Name Peak Name 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 PB-214 Count Error 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis -grd H20 RA-226 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 RA-226 Count Error 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 RA-228 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 RA-228 Count Error 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 TL-208 

W09GR01102 B22T64 GPP TRENT Gamma Energy Analysis-grd H20 TL-208 Count Error 

RQ = Result Qualifier 

This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory. 

..._. GroundwaJer Remediation Program 
0) 

0 ..... 
(Q 
...a. 

WGPPE v 5 .2 Report# : WSCF20091249 Report Date: 14-jan-2010 

CAS# 

Group#: WSCF20091249 
Department: Radiochemistry 

RT RQ Result Units 

45 % 

0.54 
:Ci/~ 

22 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 
Waste Sampling and Characterization Facility 

P.O. BOX 1970 S3-30, Richland, WA 99352 
PHONE : 1

( 5 0 9 } 3 7 3 - 7 0 0 4 /FAX : ( 5 0 9 } 3 7 3 - 7 13 4 F.t ., e_ 

ACKNOWLEDGMENT OF SAMPLES RECEIVED 

Groundwater Remediation Program 

Richland, WA 99354 
Attn: Steve Trent 

Customer Code: GPP 
PO#: 302143/ESl0 

Group#: 20091249 
Project#: Fl0-011 
Proj Mgr: Steve Trent 

Phone: 373-5869 

c,, /,s/10 

~ 

The following samples were received from you on 12/01/09. They have been 
scheduled for the tests listed beside each sample. If this information 
is incorrect, please contact your service representative. Thank you for 
using Waste Sampling and Characterization Facility. 

Sample# Sample Id Matrix Sample 
Date 

W09GR01099 B22RK2 

W09GR01100 B22RK4 

W09GR01101 B22RK3 

W09GR01102 B22T64 

W09GR01103 B22T73 

W09GR01104 B22T72 

Test Acronym 

@2008 
@8015GPP 
@AB-32 
@AEA-30 
@AEA-31 
@AEA-32 
@ALPHA 
@GEA-GPP 
@GPP6010 
@IC-30 
@PCBGPP 

Tests Scheduled 

GPP 
@2008 
@AEA-32 
@SR89 90 
NH4-IC 

TRENT Solid, or handle as if 
@8015GPP @AB-32 @AEA-30 
@ALPHA @GEA-GPP @GPP6010 
@SVOCGPP @TC99-30 @TPHD-WA 
PERSOLID 

solid 12/01/09 
@AEA-31 
@IC-30 
CN-02 

@PCBG 
CR+6 

GPP 
@VOA-GPP 

GPP 
@VOA-GPP 

TRENT Solid, or handle as if solid 12/01/09 

TRENT Solid, or handle as if solid 12/01/09 

TRENT Solid, or handle as if 
@8015GPP @AB-32 @AEA-30 

GPP 
@2008 
@AEA-32 
@SR89 90 
NH4-IC 

@ALPHA @GEA-GPP @GPP6010 
@SVOCGPP @TC99-30 @TPHD - WA 

GPP 
@VOA-GPP 

GiPP 
@VOA-GPP 

PERSOLID 
TRENT Solid, 

TRENT Solid, 

or 

or 

Test Acronym Description 

Descript iion 

ICP-200.8 MS All possible meta 
Alcohols, Glycols - 8015 
Gross Alpha/Gross Beta {AB32) 
Plutonium Isotopics by AEA 
Americium by AEA 
Uranium Isotopics by AEA 
Gross Alpha on Alpha Plateau 
Gamma Energy Analysis-grd H2O 
ICP Metals Analysis, Grd H20 P 
Anions b~ Ion Chromatography 
PCBs complete list 

- 1 -

handle as if 

handle as if 

solid 12/01/09 
@AEA-31 
@IC-30 @PCBG 
CN-02 CR+6 

solid 12/01/09 

solid 12/01/09 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 

Groundwater Remediation Program 

Richland, WA 99354 
Customer Code: GPP 

PO#: 802143/ESl0 
Group#: Q0091249 

Project#: Fl0-011 
Proj Mgr: Steve Trent 

Phone : 13 7 3 - 5 8 6 9 

Attn: Steve Trent 
I 

Test Acronym 

@SR89 90 
@SVOCGPP 
@TC99-30 
@TPHD-WA 1 

@VOA-GPP 
CN-02 
CR+6 
NH4-IC 
PERSOLID1 

Test Acronym Description 

Description 

Strontium 89/90 
SW-846 8270C Semi.-Vols 
TC99 by Liquid Sein. 
NWTPH-D TPH Diesel Range (Wa) 
VOA Ground Water Protection 
Cyanide by Midi/S~~ctrophotom 
Hexavalent chromium 
Ammonia (N) by IC 
Percent Solids 

- 2 -
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--1 ---

CH2MHIII Plateau Remediatlon Company I 
o ,T, 5 /, 0 - : COMPANY CONTACT 

CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST , Fl0-011-012 

rP ROJECT COORDINATOR j ·-· -

' PAGE 1 OF 2 

;c~~ --
1 SAMPUNG LOCATION 

, CS860 (299·E29·54}; 1-014 
L ·---· . ·-- · 

ICE OtEST NO. 

I DYEKMAN, Dl 

I TELEPHONE NO. 

.L 373-2s3'.'_ .. 
PRICE CODE 

DYEKMAN, DL 
I .. - ·--i PROJECT DESIGNATION SAi' NO, AIR QUALITY 

8N 

• 
. ARRA 200·LW·2 OU Characterization Vadose zone • son ("K" Well} I FlO-Oll 

i METiiOD OF SHIPMENT 

DATA 
TURNAROUND 

45 Days/ 45 
Days 

i FiELD LOGBOOK No. : ACTUAL SAMPLE DEPTH I COA 
: , , 

--- I ~-N-$7 cl... le.. Etl - : ·- 57," ~ ?..:1 .. 1 - -- ,· 302143ES1_~ . ·-· - I GOVERNMENT VEHICLE 
SHIPP£D TO , OfFSITE PROPERTY NO. Bill OF LADING/AIR Bill NO. ! 

I ! w~-~mpliNJ&Char~~erization_~ooc;_1~4c:; 1 N/A I N/A 

: MATRIX• 1 POSSIBLE SAMPLE HAZARDS/ REMARKS r - PRESERVATION --- ~~4c ·:c;;;,.-4( 

1 ~~;Mil \ Conthattamaylns R
0

adr mloaa ctiven.ot beMaterlal
1
aatedt con,

0
centrations \ __ . \ 

: Lqulds Y regu r ·aG/5 ·aG 
i os~0rum \ transportatlOn per 49 CFR / IATA Dangerous TYPE OF CONTAINER ,

1 
I 

• Solids Goods Regulations but are not releasable per 
L=Uquld , DOE Order 5400.S (1990/1993) j3 -\1-

\ Q20il I NO. OF CONTAINER(S) 
S•Soi 

I SE•Sedimeit 
' T=Tissue VOLUME 

j10lnl - · ··- 1250lnl 

I 

-

;None 
I 

rooMC 

!G/P 
- -, 

.G/P 

I 
I - ·· 

,· I 

!(20mL !12Dml 

-~ 

i::- __ _ I _ - i -- I - - I 
G !aG :Square G/P 

Cool~'4C 

I 
;G/P 

C,ool-4C 
i 

-' 

i :eottte · Poly I I ;o 
11 ·- - 1. - Ti 11 --· r- - -; m 
i -- -·· Ii ·- - I i ; ~ 
60ml _250ml .500ml (Olnl I _ 

I 

'• 
1120ml 
I 

1 v~vegtlation 
: W=Wittcr 
t Wl• Wipe 
: X•Clthtr 

T 
i SPECIAL HANDLING AND/OR STORAGE ' 
\ RADIOACTIVE TIE TO: B22TOO 

SAMPLE ANALYSIS 

I ' < 
·-;su ITEM (l) II< 7 su-ITEM (IJ IN SEE ITEM ()JIN ia,;;.;,~ - . ISff ITEM (•ilN iTOllll Cr•~~ -~EE ITEM (5)1N ¾E ITEM (6) 1N7SEEITEM (7) IN .l -1·. mo 
•SPECIAi. sPfCIAL / 1SPEC!Al 17196; !SPECIAL .901•; i51'£0Al ,Sl'ECJAl ,sPECIAl i 
1
,Nm7 s 11NST7 NS i'"STRUCTjlONS . / ,,.mJOCTIONS I j ' :,,.~JUCTTCJNS 1,NSTIIOCTTONS tlNSTIUJCTlONS 

1 

11 

cnm 

_ _L . . - r · 
SAMPLE NO, 

\822RK2 · ·:-,- · 

1-
,... WO'l.G ~/<.l99 
' 

. OIAIN Of POSSESSION 

MATRIX• 

i , \ I · 1 v' 

-- - i SAMPLE DATE ; SAMPLE TIME I I I I I I I " ',I~ 
- ~ _l;J-1·0._ _ I t)1S()__ - ! ......... I ✓ - 1- _,. , -- --- i--~ ' ~ ~ -i ..,:., -+ '-' __ J . - -i ~ 

-~- -T ---~ - ; _ ~~- i - I _ _J. -~-·100)· ·•··· I ~~ ~ 
t- - I I-· ·- _j_ - ,;v , r . . . . - i N 

SIGN/ PRINT[ NAMES !SPECIAL INSTRUCTIONS .L - 1 
- I - - \ ~CJ) 

. ~fU~tY/RE~OYfD E:..,. - /ATE/TIME 

'1-.~L .. . -~ . _ i:{l·lii . . _ LfW 
RELINQUISHED l'I' /R!MOV~D FROM DATE/TIME 

- - - - ~ - ·- DAT"/TI-• -,I SEE PAGE 2 FOR ALL SPEOAL INSTRUCTIONS , N 
iZ~w/STOR! (4 f rr-._-/2)i;:-L /.J"~ I I~ 
i RfCEIVED I N DAU/TIM! 7 j Q 

! 
R!LINQIJJSH!D IY /REMOVED FROM 

i 

' RELINQUISHED IY /REMOV!DF ROM ! . . 

! R!LINQUISHED IY/REMOVEDFROM 

: RlllNQUISHEDBY /REMOVED FROM 

00 
N - -
0 LABORATORY 
~ SECTION 

~~LSAMPLE-
DISP0SffiON 

; 11£CEIVED IIY 
I 

DISPOSA~ METHOD 

---4 -- • - - -
DATE/TIM! : RECEIVfD BY/STORED IN 

- _j 
DATE/TIME ll!CEIVED IY /STORED IN I . . 

DATE/TIME j R!C!IVED IIY/STOllfD IN 

I 
DATE/TIME ' RECUVED IIY/STOR!D IN 

1 _ _ 
DAff/TIME RECEIVED IIY /STORED IN 

i 

' 
DATE/TIME 

DATf/TIMf 

.J 

[J ORIGINAL 
DATE/TIME 

DATE/TIM! 

DATE/TIM! 

TITl! DATE/TIME 

DISPOSED IIY DATE/TIME 

A-6003·618(01/06) 



I 

CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST F10-011·012 I PAGE 2 OF 2 

·7 TELEPHONE ;..-o. DATA 

CH2MHill Plateau Remediation Company 

; CO~CTOA. 

I !(,,:;~A£ 
l cOMPANY cONiicT 
I OYEKMAN, DL i 373-2530 

i PROJECT COORDINATOR 

DYEKMAN,OL 
PA.ICE CODE 8N 

T\JA.NAA.OUND 

·- '- · - ·-SAMPLING LOCATION 

! CS860 (299-E29·54); 1-014 

1 ·ic:E CHEST NO. -

i SHIPPED TO 
, ws.e Sampling & Charactenzation 
L 
I SPECIAL INSTRUCTIONS 

j PROJECT DESIGNATION 

i A~ !OO-LW-2 OU_ Characte~za!>n Vado~ .3one • Soij ('.!-'.~ell) 

' FIELD LOGIIOOK NO. . ACTUAL SAMPLE DEPTH 
I . I ; 

. HNF-N- 57,-3 l'&..]:8 : 3'!!~ . ?:.?. I 
- IOFFSITE PROPEllTYNO. 

N/A 

. •• The 200 Area S&GRP Characteriza~on and Monitoring Sampling and Analysis GK! applies to this SAF. 
I (!)Alcohols, Glycols, & Ketones • 8015 (Ethylene 9tycol, Diethyl ether} 

- r-$AF"°:-· --
i FlO·Oll 

I COA 

J ~2143ES~ 

AIR. QUALITY • 
- i-- . -·- . . --· 

METHOD OF SHIPMENf 

I GOVERNMENT VEHICLE 

, BILL OF LADING/AIR. BILL NO. 

I N/A 
I 

45 Days/ 45 
Days 

. (2)Seml·VOA • 82708 (TO.); Semi-VOA· 82708 (Add-On) {Trlbutyt phosphate, 3+4 Methy1phenol (cresol, m+p)} TPH·DleselKerosene Range· WTPH-O {Total petroleum hydrocarbons · diesel range, Total petroleum hydrocarbons· 
' kerosene range} 
, (3)ICP/MS · 200.8 (TAI.) {Aluminum, Antimony, Barium, Chromium, Cobalt, cadmium, Copper, Zinc, Manganese, Nickel, Vanadium, Silver} ICP/MS • 200.8 (Add-on) {~nie, Lead, Strontium, Thafflum, Bery1/ium, Thorium, Uranium, 

Selenium} !CP Metals · 60108 (TAL) {Iron} ICP Metals · 60108 (Add-On) {Boron, Bismuth, Lithium} 200.B_HG · ICPMS {Mercury} 
\ (4)IC Anions· 300.0 (Phosphorus in phosphate, Chloride, N~rogen in Nitrite, Fluoride, Nitrogen In Nitrate, Sulfate} Ammonia · 350. t; 

(5)PCBs · 8082 {Arodor-1262, Aroclor-1260, Arodor-1254, Aroclor-1242, Aroclor-1232, Aroclor-1268, Aroclor-1221, Arodor-1016, Aroclor-1248} 
' (6)Gamma Spectroscopy {Europlum-155, Cesium-137, Europium-154, Europium-152, Cobalt-oO) Gamma Spec· Add-on {Antimony-125} 

1 
(7)Gross Alpha {Gross alpha} Gross Beta {Gross beta} Americium-241; Technetlum-99 {Technetlum-99} Isotopic Uranium {Uranium-233/234, Uranium-235, Uranlum-238) Isotopic Plutonium; Strontium-89,90 •• Total Sr; 

!O) 
(.,) 

io 
I ..... 

·c.o 
~ •. 

D ORIGINAL \CED 

A·600J·618{01/06) 

I 
.. ~ 

I 

! 
I 
I 

I 
. ' 

;o 
m 
() 
m 

1< m 
0 
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m 
-u 
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m 
~ 
(JJ 
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CH2MHIH Plateau Remediation Company 

:COLL~ 
1 

SAMPLING LOCATION 

: CS860 (299·E29-54}; 1·014 ------

T -· 

t-COMPANY CONTACT 
Ft0-011-014 . PAGE 

7 _j 

PRICE CODE IN 
-

AIRQUAUTI' • 

CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST 

TELEPHONE NO. \ .. PROJECT COORDINATOR -

I DYEKMAN, DL I 373-2S30 i DYEKMAN, DL 

I PROJECT DESIGNATION I SAF NO. 

. ARRA 200-LW-2 OU Cllaractenzatlon Vadose Zone · Soll ("K" Well} • FIO-OI I . .J _ 
. ICI! CHEST HO. 

; SHIPf'fDTO 

i FIELDLOGBOOK NO. -- ·- I ACTUAL SAMPLE DEPTH j COA- I METHOD OF SHIPMENT ,, ,, 
__ ; HNF~ Sl.~J. ~ftl- '..ff?.t . .. 'l2.J ·- _J 302143ES10 ; GOVERNMENTVEHJCLE 

I Waste Sampling & Characterization 
. - . ·--r-· 

! MATRIX* 
,-~Air 

I Ol• Drum 
liquids 

I DS• Drum 
, Sollds 

l =Uquld 
j O• OI 

S•Soll 
I SE•Se:liment 

T=llSSOI! 
I V•Veg&ti:ln 

w-wacer 
I Wl•Wic>e 
· X=Olller 

' POSSIBLE SAMPLE HAZARDS/ REMARKS 
I Conta ins Radioactive Material at concentrations 

that may or may not be regulated for 
I transportation per 49 CFR / JATA Dangerous 

Goods Regulations but are not releasable per 
; DOE Order 5400.S (1990/1993) 

j SPECIAL HANDUNG AND/OR STORAGE 
RADIOACTIVE TIE TO: 622TOO 

i 
_ _L _ 

SAMPLE NO. 

jB2~K4 

.~09G~DI LQQ_ 

I CHAIN Of POSSESSION 

I 
OFFSnE PROPERTY NO. j BILL OF LADING/ AIR BILL NO. 

N/A ' N/A 
j- -- --

PRESERVATION 

TYPE OF CONTAINER 

NO. OF CONTAJNER(S} 

VOLUME 

' j _ _ _ 

SAMPLE ANALYSIS 

r -· 

- 1:-1 

i 
i 

--1 - -+ 

I 

- r 
--.-- · 

i 

.r.;_ 

i· 

I 
i 

I 
_J_ 
i__ 
I._ -

I 
·- -+ 

_! 

I 

- · 

j ___ 

i--

I - -

__ I -
\ 

I 

- -- I 

I 

·- -1 

r· 

1 OF 1 

DATA 
TURNAROUND 

45 Days/ 45 
Days 

i 
1-
! 

-- 1 

j-·-

_ j 

- j 

, ~ELINQU~HED 8Y /REMOVED FROM DATE/TIME 
D TE/TIME _J ** The 200 Area S&GRP Characterization and Monitoring Sampling and Analysis GKI 

, / '\I applies to this SAF • 
. ~E ~- . l. ... f>JML .J:1.- ,-lli I_ 1200 
\ RELINQUISHED IY/R~ FROM /,ATE/TIME 

I REUNQUISHED IY/RfMOVED fROM DATE/TINE . RECHVED IY /STORED IN 
I 

' RELINQUISHED BY/REMOVED FROM DATE/TIME - I RECUVEDIYiSTORfD IN - -

i - -

I 
RELINQUISHED IY /REMOVED FROM 

I RELINQUISHED IV/REMOVED FROM 

I R!UNQUISHED BY/REMOVED FROM 
ex, 
~ ---=----
10 LABORATORY RECEIVED IY 

..., SECTlON i 
U) ·-
·....lFJNAL SAMPLE ! DISPOSAl METHOD 

DISPOSmON 

DATE/TINE 

DATl!/TINE 

DAU/TINE 

RECEIVED IY /STORED IN 

I RECEIVED IY /STORED IN 

I REQIVED BY/STORED IN 

I 

I ~ L O 9 I~ O_y ** All VOA samples will be collected using EPA Method 5035A. 
DATE/TIME I ** VOA sample bottle sets will indude 3 bottles for high level analysis, 5 bottJes for 

DATE/TIME 
·-1 tow level analysis, and 1 methanol process control sample. 

** The laboratory Is to use one of the low level VOA bottJes for moisture content 
i detennination. 

DATE/TIME i ** VOA bottles will be labeled with an appended suffix of _K, L, M, N, or P for low 
level and W, X, or Y for high level. These suffixes are for the purpose of providing 

DATE/TIME i bottle weights to the laboratories. These suffixes should not be indude as part of 

1 the sample ID reported in the final data packages. 
DATE/TINE ' (l)VOA - 5035/8260 (TCL); VOA· 5035/8260 · (Add-On) 

I {Trichloromononuoromethane, 1-Butanol, ds• 1,2-Dichloroethylene, trans-1,2-
- DAU/TIMI! - i Dichloroethylene} 

- L 
TITLE 

DISPOSED IY DATE/TIME 
--, 

-- -- i 
'-·6003-618(01/06) 

;:o 
m 
< 
(/) 

0 z 



CH2MHill Plateau Remediation Company 

! COLLE~ 

I - - · J _o::;,l\ltlf_ 
, SAMPLING LOCATION 

CHAIN OF CUSTODY/SAMPU! ANALYSIS REQUEST i Fl0-011-013 

I COMPANY CONTACT 

; DYEKMAN, DL 
.-j 

PROJECT DESIGNATION 

--,-TELEPHONENO. - -- ' PROJECT COORDINATOR -- T 

l 373·2530 j OYEKMAN, DL I PRICE CODE 
-- --f -

1 SAFNO. AIR QUALITY 

' ARRA 200-LW-2 OU Characterization Vadose Zone - Soll ("K" Well) 1 FlO·Oll 

8N 

• 

! PAGE 1 OF 2 

DATA 
TURNAROUND 

45 Days/ 45 
Days 

i CS860 (299-E29·54); 1-014 
1,-- - - - -
. ICE OtEST NO. i FIELD LOGBOOK NO. 'ACTUAL SAMPLE-DEPTH - . .J. COA 

. I "' / / ! 302143ES10 
T METHOD OF SHIPMENT-

i __ U-INF-N~ 5?,·3_ P, et! · S-7,, '?~. f-- I GOVERNMENT VEHIQE 
· - --·-
I SHIPPED TO 1 OFFSITE PROPERTY NO. BIU Of LADING/ AIR BILL NO. 

~ I ~ j Waste Saflll)ll~-~~lma~za~n 

i -MATRIX- i POSSIBLE SAMPLE HAZARDS/ REMARKS PRESERVATION 
\Cool ~--:C,c and 'HEOH/~;:-,. , 
j>•20C !c I 

-- -1 

~~~()rum i Contains Radioactive Material at concentrations 
i Liquids i that may or may not be regulated for I ···· 

os=Orum · transportation per 49 CFR / IATA Dangerous TYPE OF CONTAINER 
f:-; - I- --
,aGs• 

I Solids i Goods Regulations bot art! not releasable per 
·1 l • Uquid DOE Order 5400.5 (1990/1993) 

O=Oil i 
• S=Soil 
I SE•sedlment 
j T=TI!IS\II! 

V• Ve,Je(atlon 

~ -I W=Water 
' Wl• Wipe 
I X=Otticr 

I 
SPECIAL HANDUNG AND/OR STORAGE 

. RADIOACTIVE TIE TO: B22TOO 

i 
SAMPLf NO. I 

1
e22RK3 lso1L -
~- - -- - 7 
~ 0.~ILOILO L, 
I -r 

-j -

\ CHAIN OF POSSESSION 

MATRIX• 

NO. OF CONTAINER(S) 

VOLUME 

I - -

SAMPLE ANALYSIS 

I 
5 j3 

·- - ·I - _ _J 

-f-· I . i 

i --, 
_ .. .l. 

L_. ·- - I I - - · ·- - · 
· SPECIAL INSTRUCTIONS 
I 

- - 1 
_ .-j 

_J --· 

i - - -

- · - I 
I 

~i -

I REUNQUCRElED FROM 

1~u~u1sHED BY/REM~ 

DATE/TIME 

i.L· LY,/ . I!> <-'.Q 

- - DATE/TIME'\ . SEE PAGE 2 FOR ALL SPECIAL INSTRUCTIONS 

12µ/J'I L~oJ; 
\ 
\ IULINQUISHED BY /REMOVED FROM 

i REUNQUISHED 9Y /REMOVED FROM 

I RELINQUISHED BY /REMOVED FROM 

I RELINQUISHED BY/REMOVED FROM -

L . -- - -
, REL!NQUISIIED BY /REMOVED fROM 
00 
f;lt -~- - - - I - - . 

C) LABORATORY RECEIVED 1Y 
~ SECTION I 
<0 - -
...a.FJNAL SAMPLE , DISPOSAL METIIOD 

DISPOSmON 

bATE/TIME 

DATE/TIME 

DATE/TIME 

OATE/TIME 

j REalVED BY/STORED IN 

I-RECEIVED •YiSTORED IN- -

i 
j RECEIVED BY/STORED IN 

-- · -I- " 
DATE/TIME RECEIVED BY/STORED IN 

I 

DATE/TIME ; RECEIVED BY/STORED IN 

__ j 

DATE/TIME • 

I 
DATE/TIME 

DATE/TIME 

DATE/TIME 

- _j 
DATE/TIME I 

DATE/TIME 

• ORIGINAL 

TinE 

DISPOS£DBY 

I 
--1 - -

i--
i 
I 

DATE/TIME 

DATE/TIME 

I - -

· r -· 

I 
r-, __ -

A·6003-618(01/06) 

--, 
;o 

1 m 
-, 

·- _j 

0 
m 
< m 
0 
CJ) 
m 
""O 
-i 
m 
s: 
OJ 
m 
;o 

1 
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CH2MHill Plateau Remediation company CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST Fl0-011·013 
I 
1 

! COlLECJffl 
.. L 
I COMPANY CONTACT 

DYEKMAN, DL 

I TELEPHONE NO. 'PROJECT COORDINATOR- i 

. Kc5Attli 
°SAMPLING LOCATION 

I CS860 (299·E29·54); 1-014 
i - - --

ICE CHEST NO, 
i 

I ---
PROJKT DESIGNATION 

! 373-2530 i DYEICMAN, DL 

!SAFNO. 
\ ARRA 200-LW-2 OU Characterization Vadose Zone • SOIi ("K" Well) J -~ O~ ll 

\ FIELD LOGBOOK NO. - T ACTUAL SAMPLE DEPTH ,· COA I ,, , 
1 
~N- 5z,..:: 3 e4-.e.e- .. '{_7. ~ _?:1,, __ 

1 
302143Es10 

PRICE CODE 8N 

I AIR QUALITY • 
I MEntOD OF SHIPMENT 

i GOVERNMENT VEHICLE 

I SHIPPED TO - -

I wa~ Sampling &. Oiaracterization 

I 

I OFFSITE PROPER1Y NO. I BILL OF LADING/AIR BILL NO. 

NIA · N/A 
...1 - I._ -· 

SPECIAL INSTI\UCTJONS 

' • • The 200 Area S&.GRP Charactenzation and Monitoring Sampling and Analysis GKI applies to this SAF. 
•• All VOA sampleS will be collected using EPA Method 5035A. 

· •• VOA sample bottle sets Will Include 3 bottles for high level analysis, 5 bottles for low level analysls, and 1 methanol process control sample. 
' •• The laboratory Is to use one of the low level VOA bottles for moisture content determination. 

• PAGE 2 OF 2 

DATA 
TURNAROUND 

45 Days/ 45 
Days 

•• VOA bottles wtll be labeled with an appended suffix o( K, L, M, N, or P for low level and W, X, or Y for high level. These suffixes are for the purpose of providing bottle weights to the laboratories. These sutf1Xes should not be 
! include as part of the sample ID reported In the f,naf data packages. 

(l)VOA • 5035/8260 (LOW LEVEL); VOA· 5035/8260 (LOW LEVEL)· (Add-On) {TriChloromonotluoromethane, 1-Butanol, ci5· 1,2-Dlchloroethytene, trans-1,2-Dlchloroethylene} 
! (2)VOA · 5035/8260 (HIGH LEVEL); VOA · 5035/8260 (HIGH lfVEL) • (Add-On) {Trtehloromononuoromethane, 1-Butanol, CIS· l,2•Dlchloroethylene, trans-1,2-Dlchloroethytene} 

ICED 

D ORIGINAL 

A-6003·618(01/06) 

i ;o 
m 
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I m 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 

S&GRP Operating Procedure GRP-FS-04-G-030 
Rev. 0, Chg. G 

voe Soil and Sediment Sampling Page 11 of 11 

Location: c:. S- ~ b 0 

Sampler Initials and Date: 

Sample 
Sample Number Suffix1 

i? l. -z ~ )<'"3 K 

B2'2'R\<3 L 

J3'"V- ~ ~~ M 

6,"2-'f<ks N 

i? 'll.. ~ I;'.' '"'3 p 

"2..R k""3 w 

B-z.~ 'R.1-1'.'.'"l X 

l3"l.."'2..V<. ~~ y 

i3 7_:z. I'? k4- * 

Attachment 1 - Sample Record Sheet 

SAMPLE RECORD SHEET 

.3/6-o~ 
~,.47 
~7-4 ,g 

36. i ~-, 
37. t;' 

!::l(, . i 

Initial 
Weight3 

(grams) 

.3) .7 

0 

Total 
Weight4 

(grams) 

37-~ 
3>). 

?J;. s-
37, L/ 
:i?.) 

L../'l:>i-{ 

'1?:>t;" 

4J-i 
3'6-L/ 

Soil 
Weight5 

(grams) 

l/.q 
i.J _ C,f 

L/ .q 
G I 

Lf. q 
.5 
5 
4.q 
a 

Methanol 
in sample 

bottle 
(ml) 

\ 0 

<0 
1Sample suffix of K, L, M, N, and Prelate to low-level concentration samples and will not have any 
preservation beyond freezing between -7°C and -20°C. 
Sample suffix of W, X, and Y relate to methanol preservation for high-level samples. 

Sample suffix of"*" relates to methanol blank. Cool these samples to 4°C ± 2°C. 
2Tare weight prior to sample must be within +/- 0.2 grams of Vendors tare weight or bottle cannot be 
used. Weigh only the bottle, no labels. stickers or bags. 
3Jnitial weight is to include all labels, stickers, bags, methanol (for vendor filled methanol samples with 
suffix W,X,Y and•) spin bars {for samples with suffix K,L,M,N and P) and anything else that will be 
associated with the bottle when it is weighed with the sample. 
4Ensure that everything weighed for the empty bottle and no additional items (besides the sample) is 
weighed. 
5Soil weight is the vial with sample minus Initial Weight. 

)))) - - - - - - - - - - - - - - - - - - - - - »» S&GRP ««- - - - - - - - - - - - - - - - - - - - - ~'7 of 91 



CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST Fl0-011-176 -- T PAGE 1 OF 2 
-+ - - --

' COMPANY CONTACT 
_ ! _ -i 

PRICE CODI! 8N DATA I 
I TELEPHONE NO. 

cttlMHill Plateau Remediation Company 

I COLLECT°' -

! -~ -f I DYEKMAN, DI. 373-2530 
j P;:::c:~RDINATOR 

TlJRNAROUND 

: SAMPUNG LOCATION 
--1-

. SAFNO. I PROJECT DESIGNATION - i AIR QUALITY • 
i ARRA 200-LW-2 OU CharacterizatlOrl Vadose zone - Soll ("K" Well) ! Fl0-011 I I CS860 (299-E29-54); 1-0140 

I ICE CHEST NO. i FIElD LOGBOOK NO, I ACl'UAL SAMPLEDEPTlt -- - , COA - - I MEllf()D OF SHIPMENT 

! _HNF-N.:.._57~ . 3 _I( - ~ :f7.~ -~ '/.:2 / ... ~ ! 302143ES10 ! GOVERNMENT VEHICLE ' -----i SHIPPED TO 1 oFFSnE PROPERTY yo. r BILL oF LADING/ AIR BILL NO.- -
! Waste 5ampllf19 & CharacterizatJon - ~ i ~ _l 
i MATIUX• 
. A•Alr 
I DL•Orum 

Liquic!s 
I DS • Drum 
. Solids 
I l =LiQuid 
I O=OM 

S•Soil 
\ SE •Sediment 

T=Tissue 
I V=V,gelallon 
I W=W•t~ 
- Wl•Wipe 
I X20ther 

,·
: POSSIBLE SAMPLE HAZARDS/ REMARJ<S 
I Co11tal11s Radioactive Mater1al at concentrations 

that may or may not be regulated ror 
! transportation per 49 CFR / IATA Oa119erous 
, Goods Regulations but are not releasable per 

DOE Order 5400.5 (1990/1993) 
I 

I 

! _ 
SPECIAL HANDUNG AND/OR STORAGE 

\ RADIOACTIVE TIE TO: 822TO0 

I SAMPLE NO. 
-r- - · 

MATRIX• 

IB22T64 -

~_wo~~@l f 0~_ 
I 

I --

I 

I 
I 

r 

PRESERVATION 

TYPE OF CONTAINER 

NO. OF CONTAINER(S) 

VOLUME 

SAMPLE ANAL YSJS 

; Rf.ll~ IY/_llEMOVED fllOM / DATf/TIMf. ! Rf.Cl~ED IY/STORE 

'k1N.. .. __ ~--·-I~ 1-i•i:JR _ Jsei>__ .1 ~ _ 
! llf.L{NQUISH!D IY/Rf.~M DATE/TIMf. : REC IVED IY/ 

I 

i -- ·-
' llf.UNQUISHf.D BY/REMOVED FROM 
I 

i lllll_NQUISHf.D WY/R!MOYf.D FROM- -

I 

: R!LINQUi°SHED IY/REMOYEDfllOM 

i RELINQUISH!D IY/R!MOVED FROM 

L 
I RELINQUISH!Dn/R!MOYmf ROM 

00 
00--:..- . RICUVED IY 

. OlABORATORY I 
' -t, SECTION 

UhNAL- ;MPLE I DISPOSAL METHOD 

-;:ilSPOSffiON 

- DATE/TIME - 7 R!CEIYf.D- IY/STO.Rf.DIN 

I 
DATf./TlME 

DATe/TlME 

DATE/TIME 

DATf./TIM! 

I llf.CUYED IY/STORf._D IN 

I 

! UC!IVf.D IIY / STO RID IN 
I 

1- ·-
. RECUYf.D BY/STORED IN 

I 
I RECE!Yf.D IY /STORED IN 

_L_ 

- ·rcoo1-~ - - ICool-4C· ·· -!None 

I I 
iaGis ... :aG-- IG/P 

I - --
1COOl-4C Cool~..C 

i 
1 -

;GIP IG/P 

I 
- -jl - _ ! I 

' ;3 

' ' 40ml 
I 

11 
I 
125~- \120ml 

OATE/TIME 

DATE/TIM! 

-- - 1 
DATE/TIME 

DAT!/TIME 

DATf/TIM! 

11 ,l 
I 

i i - -
j120ml ·120ml 

i 

D 

TITlf. 

DISPOSED IY 

Tooi:.~ 
I 

t--
·! 
i 

- tOml 

I 

ORIGINAL -

45 Days/ 45 
Days 

- -j 

I 

L ___ I 

DATE/TIME 

---' 
DATE/TIME 

A·600l-618(01/06) 

;o 
m 
< 
(/) 
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CH2HHIII Plateau Remediation Company CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST I no-011-116 ,--~ ------ -- - -
COLLECTO...., 

! ~~-
I SAMPLING LOCATION 

I C5860 (299:~9-54); I~~ 
-JC£ OtEST NO. 
I 

I SHIPPED TO - -

! Wast£ Sampling & Characterization 

, SPECW. INSTRUCTIONS 

.. --! COMPANY.CONTACT -- i TELEPHONE NO.--

,\ DYEKMAN, DI. , 373-2530 
- 1.. -- -· 

\ PROJ£CT DESIGNATION 

1 ARRA 200-LW-2 OU CharacterlzatiOn VadOse Zone· SoH ("K" Well) 

.. ~ JELD LOGBOOK NO. - - ; ACTUAL SAMPLE DEYTH 

HNF-N- s1,~ 3 P; ~.f 8 7 , ~ : 92, / 
: OFFSITE PROPERTY NO.- ~ -- -- . ' -

. N/A 
__ _l 

1 0 The 200 Area S&GRP Characterization and Monitonng Sampling and Analysis GKl applies to thi~ SAf. 
: (1)Alcohols, Glycols, & Ketones · 8015 {Ethylene glycol, Dlethyt ether} 

I PROJECT COORDINATOR 
. OYEKMAN, DL 
1-- -

SAFNO. 
\ F10·011 

PRIC£CODE IIN 

AJRQUAUTY [] 

i COA I METHOD OF SHIPMENT 

I 3021'13ES10 j GOVERNMENT VEHIClf 

I aru. OF LADiNG/AIR 11u No. - - - -
I N/A 

! PAGE 2 OF 2 

DATA 
TIJRNAROUND 

45 Days/ 45 
Days 

(2)Seml-VOA · 82708 (TCL); Semi-VOA· 82708 (Add-On) {Tributyt phosphate, 3+4 Methytphenol (cresol, m+p)} TPH-DieselKerosene Range - WTl'H-0 (Total petroleum hydrocarbons· diesel range, Total petroleum hydrocarbons· 
1 kere5ene range} 
, (3)1CP/MS - 200.8 (TAL) {Aluminum, Antimony, Barium, Chromium, Cobalt, cadmium, Copper, Zinc, Manganese, Nickel, Vanadium, Silver} ICP/MS • 200.8 (Add-on) {Arsenic, Lead, Strontium, Thallium, Beryllium, Thorium, Uranium, 
5eenlum} !CP Metals· 60108 (TAL) {Iron} ICP Metals• 60108 (Add-On) {Boron, Bismuth, Lithium} 200.B_HG • ICPMS {Mercury} 

i (4)IC Anions · 300.0 {Phosphorus in phosphate, Chloride, Nitrogen In Nitrite, Fluoride, Nitrogen In Nitrate, Sulfate} Ammonia· 350.l; 
(S)PCBs - 8082 {Aroclor-1262, Arodor-1260, Arodor-1254, Aroctor-1242, Aroclor-1232, Arodor-1268, Aroclor-1221, Aroclor-1016, Arodor-1248} 

, (6)Gamma Spectroscopy {Europlum-155, Ceslum-137, Europlum-154, Europlum-152, Cobatt~O} Gamma Spec,Add-on {Antimony-125} ....... ... ........ . .. . 
. (7)Gross Alpha {Gross alpha} Gross Beta {Gross beta} Americlum-241; Technetlum-99 {Technetlum-99} Isotopic Uranium {Uranlum-233/234, Uranium-235, Uranium-238} Isotopic Plutonium; Strontium-89,90 •• Total Sr; 

D ·1cED 

A·6003· 618(01/06) 

-l 

I :::0 
m 
< 
(J) 

0 z 
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CHlMHill Pl.ituu Remediation Company 

1

-COLLE~ 

SAMPLING LOCATION 

! CS860 {299·E29-54}; 1-014D 

! ui CHEST NO. 

I ~-
SHIPPED TO 

i 
' waste Sampling & Olaracterizatlon 

I MATRIX* : - POSSI~~~~ ~~RDS/ ~E~ARKS 

! ~~:~"'"' i Contains RadiOactrve Material at concentrations 
Liquids , that may or may not be regulated for 

: OS•Orum : transportation per 49 CFR / IATA Dangerous 

I 
Solkls , Goods Regulations but are not releasable per 
l•\jqUld DOE Order 5400.5 {1990/1993) 
O•Oil 

i S•Soil 
; SE•Sedlmenl 
I T•Tissue 
. VEVeQl!lalfon 
I W• Wall!f 
, Wl=Wlpe 
: X• Othe" SPECIAL HANDLING AND/OR STORAGE 

i RADIOACTM TIE TO: B22TOO 

1- · 

CHAIN Of CUSTODY/SAMPLE ANALYSIS REQUEST Fl0-011-178 

PRICE CODE 

-i -
' COMPANY CONTACT 

\ DYEKMAN, DL 

i PROJECT DESIGNATION 

-· .. ! TELEPHONE NO. 

; 373-2530 

; ARRA 200-LW-2 OU Characterization Vadose Zone - Soll {"K" Well) 

I FIELD LOGBOOK NO. -- - ·- :ACTUAL SAMPLE DEPTH 
j • . ! I ~ 

I 
.. HNF-N- i7,-3 ./!1i._Ji · !7_~ - 12✓ 

OFFSITE PROPERTY NO. 

LN~ 
!c~..z· 

PRESERVATION 

I 
TYPE OF CONTAINER :aGs• 

I 

NO. OF CONTAINER{S) 
·1 

I 
L -; -

VOLUME ,40ml 
i-

I-

SAMPLE ANALYSIS 
j5Ef ITTH (I ) IN ; 
·SP£~ I 
ilN / IONS I 

! I 
i 

. PROJECT COORDINATOR 

I DYEKMAN, DL 
-, 

' SAFNO. 

1 Fl0-011 

i COA 

8N 

I AIR QUALITY D 
_j_ 

METHOD OF SHIPMENT 

. 302143ES10 GOVERNMENT VEHICLE 
L .i.. 

9ILL OF LADING/AIR 9ILL NO. 

I N/A 

I 

---1 --i 

-t -- - ?- ·-1-

, PAGE 1 OF 1 . 
- · - ' 

I -

__ L 

I - - · -

DATA 
TURNAROUND 

45 Days/ 45 
Days 

-,--

.. - I 

- -, 
I 

I 
-1-

· 7 

:::0 ·-- ,m 
() 
m 

i< 
_ _ J m 

! SAMPLE NO. 

ie22T?J 

, ·- · 

fsoiC 
I 

MATRIX• --~ ~ ; SA~~ATE ~ ~AMPLE TI~ i=. 
; ;J.-1-l''f otiS.t-1 ✓ 

1,eeo 1 

0 
(/) 
m 
lJ -, 
m 
~ 
OJ 
m 
:::0 

-:- - · - · -- i -
[ __ _L_ J_ _ - - - j- _ _j 

I J ._ I- -
/-

!-- ! _j -r-I 
··- -- 1 

-· _j 
i_ -

I 

-- I 
1 CHAIN OF POSSESSION 

I RfLINQUl,,ED BY/REMOVED FROM DATe/TIMf 

; hY'!Y ~ -l . -~ 1,2.-L-,,,,/ --i s....oD 
· REI. INQUISHEDIY/~FROM DATE/TIME 

RELINQUISHED BY /REMOVED FROM 

i RELINQUISHffl BY /RfMOVfD FROM 

j_ - - - --
RELINQUISHfD BY /REM0VfD FROM 

l RUiNQUISHED ii-i/REMOVED FROM 

i - - - - - -
RfLINQUISHED IY /Rf MOVED FROM 

co 
O _-_-
0 LABORATORY 
:-t' SECTION 
co- -
.,.l,FJNALSAMPLE 

DISPOSmON 

: ReCEIVED IY 

' DISPOSAL METIIOD 

DATe/TIME 

DATE/TIMf 

DATE/TIME 

DAU/TIME 

DATE/TIMf 

+ -
RECEIVfD BY /STORfD IN 

I 
I RecnVED BY/STORED IN 

I 

I RfCEIVfl> BY/STOREDiN 
I 

1 llfQIVED BY/STORED IN 

i _ _ _ 
RECEIVED IY /STORED IN 

I 
-! -

___ .l.. 
- - , I\.) 

_ _ j 

SPECIAL INSTRUCTIONS 

- - DAT£TTIME ; •• Toe 200 Area S&GRP Characterization and Monitoring Sampling and Analysis GKI 
· • I · applies to this SAF. 

J. i,_/1 f 0.1- - I S ~ ... All VOA samples will be collected using EPA Method 5035A. 
DAU/TIME . • • VOA sample bottle sets will include 3 bottles for high level analysis, 5 bottles for 

_, low level analysis, and 1 methanol process control sample. 
DATE/TlMe i .., Toe laboratory is to use one of the low level VOA bottles for moisture content 

. determination. 
- DATE/TIME. -; ** VOA bottles will be labeled with an appended suffix of K, L, M, N, or P for low 

· level and W, X, or Y for high level. These suffixes are for the purpose of providing 
DATE/TIMf ; bottle weights to the laboratories. Tllese suffixes should not be include as part of 

· the sample ID reported In the final data packages. 
DATE/TIME ' (l)VOA - 5035/8260 (TCL); VOA - 5035/8260 - (Add-On) 

1 {Trlchloromonofluoromethane, l·Butanol, cis-1,2-Dichloroethylene, trans-1,2-

DATE/TIMf Dichloroethylene} 

TlTU 
... -D-"Rlf1T\T A T_ -· - -- --· _-\J IWrulL--- --

DATE/TIME 

DISPOSED IY DATE/TIME 

~-6003·618(01/06) 

--l 0) 
1-
. I\.) 

0 

:::0 ,m 
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I (/) 

0 z 



Ot2MHIII PlatHu Remediation Company CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST FlO--011•177 
- - i 

COMPANY CONTACT i TELEPHONE NO. ! PROJECT COORDINATOR 

I OYEKMAN, DI. I 373-2530 DYEKMAN, DL 
~- -~ - -

PROJECT DESIGNATION I SAF NO. 

I 

: COLLECTOR {) . 

I }:_/Xi,4,W 
1-- · - --
. SAMPLING LOCATION 

I csa6o {299-€29·54); 1-0140 

PRICE CODE 8N 

AIR QUALITY • 
. .. ~ ARRA 2~:.:._W-2 OU_:h~acterization Vadose ~ne • SoM 0"!'ell) _ _ I . FlO-Ol l 

; FIELD LOGBOOK NO. 1 ACTUAL SAMPLE DEPTH • COA - -1 METltOO OF SHIPMENT I ICE CHEST NO. 

!_HNf-N:,_S7,-J_ Pa. <i_!_i 87.t..t,...:. $-:1.!_ l 302H3ES10 l :_OVERNMENTVEHICLE 

! SH.IPPEDro I OFFSITE PROPERTY No. · anL OF LADING/AIR BILL NO. 

\ Waste Sampling & Characterization \ N/A I N/A 

:~ ~r:rRIX' ;- ~11;:;·~MPLE HAZARDS/ R!MAR~ -i PRESERVATION - - -Cool <-:ica~IMEOH/C;;,.~4 j : --
~ "' I Contains Radioactive Material at concentrations !>-iOC r · ' I 

I ~:~~m . that may or may not be regulated for l,c;;;- r.Gs-;- 1 ·· - i - 1 
/ DS=Drum I transportation per 49 CFR / IATA Dangerous TYPE OF CONTAINER 
. Solids ; Goods Regulations but are not relei!Sable per 
1 l =LIQuld . DOE Order 5400.5 (1990/1993) 
, O=OM 
I S=Soll 
I SE= Sediment i 
' T=Tuisue 

- - ;s 
NO. Of CONTAINER($) 

VOLUME 
I - --·•Ornl 

!3 

I 

I 

_ j._ 

I PAGE 

··'-

i 
I -

- .l 
i 
I 
! 

l OF 2 

DATA 
TURNAROUND 

4S Days/ 45 
Day1 

I 
J __ 

r ·-

- i 

::0 
m 
() 

- - 1 m 
j V=Vegetatlon I 

WsWater 
i Wl =Wipe L. -· 

XzOthef I SPECIAL HANDLING AND/OR STORAGE ' 
' RADIOACTIVE TIE TO: B22TO0 

SAMPLE ANALYSIS 

' < 
- - •· - ~ - - \ I - - ·-j - - i j m 

~~(l) IN 1~~(2lIN ! , - I I I I 0 

I 
l,NSTROCTIOHS !INSTRUCTIONS I I 

SAMPLE NO. 

!a22n 2- . :soi ' ---· - - ; 
~- vJO~a.0101~ _ 1 

MATRIX* 

I i i i i I I (/) 

Sti'-~~ ;;:t· f--! -✓-_ -__ -·1,'-.,,,,,,--1-i-- -··-+!-__ -_...:.;__4
{ -' _---,j i-__ -'--~Htj--·-.0~_--.4_ .. , E--- _-· -~--iH"'::".:.I\ .... _·: ·_· -+-!-· - -__ --'! ~ 

- -: l _ _ ___ i - - 1 · J 1- - _L __ - -t- ·- -\ 1- - 1 0J 
! 

' ,._ __ . I I I ' I -7 
-· -1 i- - , _J -- - , 1 ! ·-- - r - J. - - ~ ' - - - J m 

--j 

.. J . -·· 

- +- ! - - -· -j --1 !-- - f I ~ 

. .L - _ L - - I • - ·· - L - - _J 0) 

! CH~ OF PO~~ION _ _ _ _ _ _ _ ~IGN/ ~R~~T NAM~S 

I ~NQUIS"}/D IY/R!MOVED FROM . DA !mME I R!CEIV!D _BY/STOR 

; _ r ~ J . ~ -1· . _ /~c,Q- 1 L~W- . I -
lt!UN,UISH!D IY/R!M~ ~!/TIM! R~IVED IY DIN 

! I 
! RWMQUISHEOSY /R!MOVU> FROM··-·. 

' '--- -·- - - ·- -· 
I lt!UNQUISHED IY/REMOV!D FROM 

I R!LINQUISHED IY(REMOY!D FROM 

! ·- --
1 R!llkQUISHED IY / R!MOV!D FROM 

~ -- ·-- . --
• R!UNQUISH!D BY/RfMOVED FROM 
~ ---6 ~IIORATORY I RKUVED aY - · -

!"'tt SECTION co - - -
~lHAL SAMPLE I 

DISPOSAL M!THOD 
DISPOSmON 

- DATE/TIME- - I lt!CUYED IY/STORiii IN 

! 
DATE/TIM! ! REC!IV!D IY/STORED IM 

L._ - - -- -
DAU/TIME 1 R!CEIVED BY f STORED IN 

DATE/TIME 
·t-- - - - -

RECHVED BY/STOltED IN 

DAT!/TIME - \ R!CUVEDIY/STORU> iii 

i SPECIAL INSTRUCTIONS 

. DAT!/TIME I SEE PAGE 2 FOR ALL SPECIAL INSTRUCTIONS r,,,.) 

ll--}ljrfe _ _/J~! ~ 
DATE/TIM! j Q 

.. J 
DATl!/TIME 

·-- - -1 
DAT!/TIME 

. I [J 
DATE/TIM! 

DATE/TIM! 

DAT!{TIME 

TITLE 

DISPOS!D IY 

ORIGINAL 

DAT!/TIM! 

DATE/TIM! 

A·600J· 618(01/06} 
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m 
< 

I (/) ,_ 
0 

'Z 



CH2MHIH Plateau RernediatJon company 
i 

CHAIN OF CUSTODY /SAMPL! ANALYSIS REQUEST : PAGE 2 OF 2 

:COU.ECl0~- ; COMPANY CONTACT 

1 OYEKMAN, OL 

I 11:LEPHONE NO. 

: 373-2530 

-- - I 
I PROJECT COORDINATOR 

! DYEKMAN, OL 

FlO·OU•ln 

PRICE CODE 8N DATA 
TURNAROUND 

1 SAMPllNG LOCATION 

i CS860 (299·E29-54); 1-0140 

- ICE OtEST NO. 

1------ -
1 SHil'P£DTO 

! waste SampMng &. Characterization 

: SPECIAL INSTRUCTIONS 

I PROJECT Dl!SIGNATION 

i ARRA 200-LW-2 OU CharacterizatJon Vadose Zooe - Soll ("K" WeM) 

-i FIELD LOGIOOKNO. i ACTIJAL SA)IPI.E DEPTH 

~-4NF-N- 5J~ -:s -~ ~ -'.- iJ~{.~ ~rt. I,, 
, OFFSrn PROPERTY NO. 
I 

N/A 
_ \ 

1 
•• n,e 200 /.lea s&.GRP Characterization and Monitoring Sampling and Analysis GK! applies to this SAF. 

i •• All VOA samples will be collected using EPA Method 5035A. 
1 •• VOA sample bottle sets wiff lndude 3 bottles for high level analysis, 5 bottles for low level analysis, and 1 methanol process control sample. 

: SAFNO. 
! Fl0-011 

AIRQUAUTY • 
' COA - 1 METH.OD OF SHIPMENT -

! 302143ES10 1 GOVERNMENT VEHIQ.E 
I L._ 
I •ILL OF LADING/AIR • ILL NO. 

; N/A 

, • • The 1-,boratory is to use one of the low levet VOA bottles for mOisture content determination. - - -----

45 Days/ 45 
Days 

• • VOA bottles wlU be labeled with an appended suffix c:J K, L, M, N, or P for low level and W, X, or Y for high level. These suffixes are for the purpose of proV1dlng bottle wetght5 to the laboratories. These suffixes should not be 
' include as part c:J the sample ID reported in the final data packages. 
: (l)VOA • 5035/8260 (LOW LEVEL); VOA - 5035/8260 (LOW LEVEL) • (Add-On) (Trlchloromononuoromethane, 1-Butanol, cls-1,2-0lchtoroethylene, trans-1,2-0ichloroethylene) 
: (2)VOA • 5035/8260 (HIGH LEVEL); VOA• 5035/8260 (HIGI l£VEL) · (Add-On) {Trlchloromonofluoromethane, 1-Butanol, ds-1,2-Dichloroethylene, trans-1,2·0ichloroethylene) 

D ORIGINAL 
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RECEIVED SEPTEMBER 26, 2010 REVISION 1 

S&GRP Operating Procedure GRP-FS-04-G-030 
Rev. 0, Chg. G 

VOC Soil and Sediment Sampling Page 11 of 11 

Location: c_ • 

Sample Number 
Sample 
Suffix' 

K 

L 

M 

N 

p 

w 
X 

y 

* 

Attachment l - Sample Record Sheet 

SAMPLE RECORD SHEET 

Tare Weight 
provided 
(grams) 

3S"~ 
3i;. 5:2_ 
37,qlj 
.3-;,. C:. ~ 

I- c, 
I') 

Tare Weight 
prior to 
sample2 

(grams) 

3/o.~ 
-.,<;.~ 
:/6.0 

37- 7 

Initial 
Weight3 
(grams) 

.3~.o 

3J..i 
3:1.I 
31..q 

.3~-'l 
3~-7 
Y!.D 

~,i 
~-e-j 

0'1'70 

Total 
Weight4 

(grams) 

¼. q 
_z_.,7_' 

3,, J 

37. v, 

37. /I 

l/!J,6 

t../4. l 
¥~.")., 

Y~-1 

Soil 
Weight5 

(grams) 

i,. <6 

lj.~ 

s 
lf) 

lf -1 
L/.'1 
5 I 
4.g 

0 

Methanol 
in sample 

bottle 
(ml) 

ID 

/0 

Jo 

/0 
1Sample suffix ofK, L, M, N, and Prelate to low-level concentration samples and will not have any 
preservation beyond freezing between -7°C and -20°C. 
Sample suffix of W, X, and Y relate to methanol preservation for high-level samples. 

Sample suffix of"*" relates to methanol blank. Cool these samples to 4°C ± 2°C. 
2Tare weight prior to sample must be within+/- 0.2 grams of Vendors tare weight or bottle cannot be 
used. Weigh only the bottle, no labels, stickers or bags. 
3Initial weight is to include all labels, stickers, bags, methanol (for vendor filled methanol samples with 
suffix W,X,Y and*) spin bars (for samples with suffix K,L,M,N and P) and anything else that will be 
associated with the bottle when it is weighed with the sample. 
4Ensure that everything weighed for the empty bottle and no additional items (besides the sample) is 
weighed. 
5Soil weight is the vial with sample minus Initial Weight. 

»»---------------------»» S&GRP ««- - - - - - - - - - - - - - - - - - - -91<b of 91 




