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Client Sample ID (List Order) Lot-Sa No.         Work OrderSDG No.

Report No.: 65605

Order No. Report DB ID     Batch No.

Results in this report relate only to the sample(s) analyzed.

B30PP4 DUP M6JW41ADWC0040 S15-004        J5D070431-1 M6JW41AD 5098037
B305D2 M6ME51AAWC0050 W15-002        J5D170422-1 M6ME51AA 5107038
B306J9 M6ME21AAI15-013        J5D170420-1 M6ME21AA 5107036
B306K2 M6MM01AAJ5D200425-1 M6MM01AA 5111031

B306K2 DUP M6MM01ADJ5D200425-1 M6MM01AD 5111031
B306K3 M6MM31AAJ5D200425-2 M6MM31AA 5110052
B30DY7 M6LL61AAS15-003        J5D150427-2 M6LL61AA 5105041

B30DY7 DUP M6LL61ACJ5D150427-2 M6LL61AC 5105041
B30DY8 M6LL51AAJ5D150427-1 M6LL51AA 5105041
B30H09 M6MFF1AAI15-016        J5D170425-2 M6MFF1AA 5107036

B30H09 DUP M6MFF1ACJ5D170425-2 M6MFF1AC 5107036
B30H13 M6MFE1AAJ5D170425-1 M6MFE1AA 5107036
B30H99 M6MFC1AAI15-019        J5D170424-1 M6MFC1AA 5107036
B30J07 M6MFD1AAJ5D170424-2 M6MFD1AA 5107038
B30KF4 M6ME41AAW15-004        J5D170421-1 M6ME41AA 5107038

B30KF4 DUP M6ME41ADJ5D170421-1 M6ME41AD 5107038
B30KJ8 M6J5X1AAJ5D080422-1 M6J5X1AA 5098067
B30KM5 M6J501AAJ5D080422-2 M6J501AA 5098067
B30KN1 M6J511AAJ5D080422-3 M6J511AA 5098067
B30KN2 M6J521AAJ5D080422-4 M6J521AA 5098067
B30KN6 M6J531AAJ5D080422-5 M6J531AA 5098067
B30KP2 M6KGG1AAJ5D090437-1 M6KGG1AA 5099045
B30KP3 M6KGH1AAJ5D090437-2 M6KGH1AA 5099045
B30KP7 M6J8V1AAJ5D090410-1 M6J8V1AA 5099032

B30KP7 DUP M6J8V1ADJ5D090410-1 M6J8V1AD 5099032
B30KV5 M6J541AAJ5D080422-6 M6J541AA 5098067
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B30KX7 M6J8W1AAWC0050 W15-004        J5D090410-2 M6J8W1AA 5099032
B30KX8 M6J8X1AAJ5D090410-3 M6J8X1AA 5099032
B30LY8 M6KPG1AAI15-020        J5D100422-1 M6KPG1AA 5100071
B30M01 M6KPQ1AAJ5D100422-9 M6KPQ1AA 5100066
B30M02 M6KPR1AA J5D100422-10 M6KPR1AA 5100066
B30M05 M6KPH1AAI15-020        J5D100422-2 M6KPH1AA 5100071
B30M06 M6KPJ1AAJ5D100422-3 M6KPJ1AA 5100071
B30M10 M6LAC1AAJ5D140434-1 M6LAC1AA 5104056
B30M12 M6LAL1AAJ5D140434-6 M6LAL1AA 5104061
B30M16 M6L7K1AAJ5D160425-4 M6L7K1AA 5106065
B30M17 M6L7G1AAJ5D160425-1 M6L7G1AA 5106063
B30M24 M6MEV1AAJ5D170419-1 M6MEV1AA 5107036
B30M25 M6MEW1AAJ5D170419-2 M6MEW1AA 5107036
B30M29 M6LAE1AAJ5D140434-2 M6LAE1AA 5104056
B30M30 M6LAH1AAJ5D140434-4 M6LAH1AA 5104061
B30M34 M6J1R1AAJ5D080407-5 M6J1R1AA 5098039

B30M34 DUP M6J1R1ACJ5D080407-5 M6J1R1AC 5098039
B30M52 M6LAK1AAJ5D140434-5 M6LAK1AA 5104061
B30M62 M6L7H1AAJ5D160425-2 M6L7H1AA 5106063

B30M62 DUP M6L7H1ACJ5D160425-2 M6L7H1AC 5106063
B30M68 M6KPK1AAJ5D100422-4 M6KPK1AA 5100071
B30M73 M6J1V1AAJ5D080407-7 M6J1V1AA 5098037
B30M74 M6J1T1AAJ5D080407-6 M6J1T1AA 5098037
B30M75 M6J1P1AAJ5D080407-3 M6J1P1AA 5098039
B30M76 M6J1N1AAJ5D080407-2 M6J1N1AA 5098039
B30M77 M6J1Q1AAJ5D080407-4 M6J1Q1AA 5098039
B30M78 M6J1M1AAJ5D080407-1 M6J1M1AA 5098039
B30M80 M6KPM1AAJ5D100422-6 M6KPM1AA 5100066
B30M81 M6KPL1AAJ5D100422-5 M6KPL1AA 5100071

B30M81 DUP M6KPL1ACJ5D100422-5 M6KPL1AC 5100071
B30M95 M6K0T1AAI15-021        J5D130423-2 M6K0T1AA 5103033
B30MB3 M6K0R1AAJ5D130423-1 M6K0R1AA 5103033
B30MC3 M6KGA1AAI15-022        J5D090436-1 M6KGA1AA 5099045

B30MC3 DUP M6KGA1ADJ5D090436-1 M6KGA1AD 5099045
B30MC4 M6KGC1AAJ5D090436-2 M6KGC1AA 5099045
B30MC7 M6KGD1AAJ5D090436-3 M6KGD1AA 5099045
B30MC8 M6KGE1AAJ5D090436-4 M6KGE1AA 5099045
B30N06 M6MFA1AAS15-004        J5D170423-5 M6MFA1AA 5107038
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B30N07 M6ME81AAWC0050 S15-004        J5D170423-3 M6ME81AA 5107036
B30N09 M6ME91AAJ5D170423-4 M6ME91AA 5107036
B30N11 M6KQF1AAJ5D100423-19 M6KQF1AA 5100070
B30N12 M6KQG1AA J5D100423-20 M6KQG1AA 5100070

B30N12 DUP M6KQG1ACJ5D100423-20 M6KQG1AA 5100070
B30N14 M6MEM1AAS15-004        J5D170418-1 M6MEM1AA 5107037

B30N14 DUP M6MEM1ADJ5D170418-1 M6MEM1AD 5107037
B30N15 M6MER1AAJ5D170418-2 M6MER1AA 5107036
B30N17 M6MET1AAJ5D170418-3 M6MET1AA 5107036
B30N19 M6KNX1AAJ5D100418-3 M6KNX1AA 5100066

B30N19 DUP M6KNX1ADJ5D100418-3 M6KNX1AD 5100066
B30N21 M6KNV1AAJ5D100418-1 M6KNV1AA 5100069
B30N23 M6KNW1AAJ5D100418-2 M6KNW1AA 5100069
B30N26 M6KQR1AAJ5D100423-29 M6KQR1AA 5100067
B30N27 M6KQK1AAJ5D100423-23 M6KQK1AA 5100071
B30N29 M6KQL1AAJ5D100423-24 M6KQL1AA 5100071
B30N31 M6LAQ1AAJ5D140435-4 M6LAQ1AA 5104061
B30N32 M6LAP1AAJ5D140435-3 M6LAP1AA 5104061
B30N34 M6LAR1AAJ5D140435-5 M6LAR1AA 5104061
B30N35 M6LAW1AAJ5D140435-6 M6LAW1AA 5104061
B30N37 M6LAX1AAJ5D140435-7 M6LAX1AA 5104061
B30N38 M6LA01AAJ5D140435-8 M6LA01AA 5104061
B30N40 M6LA31AA J5D140435-10 M6LA31AA 5104061
B30N41 M6LA11AAS15-004        J5D140435-9 M6LA11AA 5104061
B30N43 M6LA41AAJ5D140435-11 M6LA41AA 5104061
B30N44 M6LA71AAJ5D140435-12 M6LA71AA 5104061
B30N46 M6LA81AAJ5D140435-13 M6LA81AA 5104061
B30N47 M6LCC1AAJ5D140435-14 M6LCC1AA 5104061
B30N51 M6L951AAJ5D170407-1 M6L951AA 5107014
B30N52 M6L981AAJ5D170407-4 M6L981AA 5107014
B30N55 M6L961AAJ5D170407-2 M6L961AA 5107014
B30N56 M6L971AAJ5D170407-3 M6L971AA 5107014
B30N60 M6LAJ1AAJ5D140435-2 M6LAJ1AA 5104056
B30N61 M6LAF1AAJ5D140435-1 M6LAF1AA 5104056

B30N61 DUP M6LAF1ADJ5D140435-1 M6LAF1AD 5104056
B30N62 M6LCE1AAJ5D140435-16 M6LCE1AA 5104061
B30N63 M6LCG1AAJ5D140435-18 M6LCG1AA 5104061

B30N63 DUP M6LCG1ACJ5D140435-18 M6LCG1AC 5104061
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B30N66 M6LCD1AAWC0050 S15-004        J5D140435-15 M6LCD1AA 5104061
B30N67 M6LCF1AAJ5D140435-17 M6LCF1AA 5104061
B30N72 M6LCJ1AA J5D140435-20 M6LCJ1AA 5104062
B30N73 M6LCH1AAS15-004        J5D140435-19 M6LCH1AA 5104062
B30N75 M6KQH1AAJ5D100423-21 M6KQH1AA 5100071
B30N76 M6KQJ1AAJ5D100423-22 M6KQJ1AA 5100071
B30N78 M6LCL1AAJ5D140435-22 M6LCL1AA 5104062
B30N79 M6LCK1AAJ5D140435-21 M6LCK1AA 5104062
B30N81 M6LCM1AAJ5D140435-23 M6LCM1AA 5104062
B30N82 M6LCN1AAJ5D140435-24 M6LCN1AA 5104062
B30N87 M6LCP1AAJ5D140435-25 M6LCP1AA 5104062
B30N88 M6LCQ1AAJ5D140435-26 M6LCQ1AA 5104062
B30N92 M6KN11AAJ5D100419-1 M6KN11AA 5100069
B30N94 M6KN21AAJ5D100419-2 M6KN21AA 5100069
B30N97 M6LCT1AAJ5D140435-28 M6LCT1AA 5104062
B30N98 M6LCR1AAJ5D140435-27 M6LCR1AA 5104062
B30NB1 M6LCW1AA J5D140435-30 M6LCW1AA 5104062
B30NB2 M6LCV1AAS15-004        J5D140435-29 M6LCV1AA 5104062
B30NB4 M6KQP1AAJ5D100423-27 M6KQP1AA 5100067
B30NB5 M6KQD1AAJ5D100423-17 M6KQD1AA 5100070
B30NB7 M6KQE1AAJ5D100423-18 M6KQE1AA 5100070
B30NC1 M6KQQ1AAJ5D100423-28 M6KQQ1AA 5100067
B30NC2 M6KQN1AAJ5D100423-26 M6KQN1AA 5100067
B30NC3 M6KPT1AAJ5D100423-1 M6KPT1AA 5100070
B30NC4 M6KP51AA J5D100423-10 M6KP51AA 5100070
B30NC7 M6KPV1AAS15-004        J5D100423-2 M6KPV1AA 5100070
B30NC8 M6KP41AAJ5D100423-9 M6KP41AA 5100070
B30ND0 M6KQM1AAJ5D100423-25 M6KQM1AA 5100067

B30ND0 DUP M6KQM1ADJ5D100423-25 M6KQM1AD 5100067
B30ND1 M6KP61AAJ5D100423-11 M6KP61AA 5100070
B30ND3 M6KP71AAJ5D100423-12 M6KP71AA 5100070
B30ND6 M6LDH1AAJ5D140435-47 M6LDH1AA 5104063
B30ND8 M6LDJ1AAJ5D140435-48 M6LDJ1AA 5104063
B30NF0 M6LC01AAJ5D140435-32 M6LC01AA 5104062
B30NF1 M6LCX1AAJ5D140435-31 M6LCX1AA 5104062
B30NF3 M6LC11AAJ5D140435-33 M6LC11AA 5104062
B30NF4 M6LC21AAJ5D140435-34 M6LC21AA 5104062
B30NF6 M6KQV1AAJ5D100423-31 M6KQV1AA 5100067
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B30NF7 M6KP91AAWC0050 S15-004        J5D100423-14 M6KP91AA 5100070
B30NF8 M6KP81AAJ5D100423-13 M6KP81AA 5100070
B30NH0 M6KP21AAJ5D100423-7 M6KP21AA 5100070
B30NH1 M6KP31AAJ5D100423-8 M6KP31AA 5100070
B30NH3 M6LDK1AAJ5D140435-49 M6LDK1AA 5104063
B30NH4 M6LDL1AA J5D140435-50 M6LDL1AA 5104063
B30NH6 M6LC41AAS15-004        J5D140435-36 M6LC41AA 5104062
B30NH7 M6LC31AAJ5D140435-35 M6LC31AA 5104062
B30NH9 M6LDN1AAJ5D140435-52 M6LDN1AA 5104063

B30NH9 DUP M6LDN1ACJ5D140435-52 M6LDN1AC 5104063
B30NJ0 M6LDM1AAJ5D140435-51 M6LDM1AA 5104063
B30NJ2 M6LC61AAJ5D140435-38 M6LC61AA 5104062

B30NJ2 DUP M6LC61ACJ5D140435-38 M6LC61AC 5104062
B30NJ3 M6LC91AA J5D140435-40 M6LC91AA 5104063
B30NJ4 M6LC51AAS15-004        J5D140435-37 M6LC51AA 5104062
B30NJ5 M6LC71AAJ5D140435-39 M6LC71AA 5104063
B30NJ7 M6LDC1AAJ5D140435-42 M6LDC1AA 5104063
B30NJ8 M6LDA1AAJ5D140435-41 M6LDA1AA 5104063
B30NK0 M6LDD1AAJ5D140435-43 M6LDD1AA 5104063
B30NK1 M6LDE1AAJ5D140435-44 M6LDE1AA 5104063
B30NK3 M6LDF1AAJ5D140435-45 M6LDF1AA 5104063
B30NK4 M6LDG1AAJ5D140435-46 M6LDG1AA 5104063
B30NK6 M6KP11AAJ5D100423-6 M6KP11AA 5100070
B30NK7 M6KP01AAJ5D100423-5 M6KP01AA 5100070
B30NL1 M6KPX1AAJ5D100423-4 M6KPX1AA 5100070
B30NL3 M6KPW1AAJ5D100423-3 M6KPW1AA 5100070
B30NL7 M6ME61AAJ5D170423-1 M6ME61AA 5107036
B30NL8 M6ME71AAJ5D170423-2 M6ME71AA 5107036
B30NN3 M6J811AAJ5D090412-1 M6J811AA 5099032
B30NN4 M6J821AAJ5D090412-2 M6J821AA 5099031

B30NN4 DUP M6J821ADJ5D090412-2 M6J821AD 5099031
B30NR9 M6KKQ1AAJ5D100408-1 M6KKQ1AA 5100036

B30NR9 DUP M6KKQ1ADJ5D100408-1 M6KKQ1AD 5100036
B30NT0 M6KKR1AAJ5D100408-2 M6KKR1AA 5100036
B30NT1 M6KKX1AAJ5D100408-6 M6KKX1AA 5100035
B30NT2 M6KK11AAJ5D100408-7 M6KK11AA 5100035

B30NT2 DUP M6KK11ACJ5D100408-7 M6KK11AC 5100035
B30NV5 M6J1J1AAJ5D080406-1 M6J1J1AA 5098037
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B30P25 M6K3C1AAWC0050 S15-004        J5D140408-1 M6K3C1AA 5104026
B30P35 M6MQK1AAJ5D210409-1 M6MQK1AA 5111031
B30P77 M6KKT1AAJ5D100408-3 M6KKT1AA 5100036
B30PM7 M6KQA1AAJ5D100423-15 M6KQA1AA 5100070
B30PM8 M6KQC1AAJ5D100423-16 M6KQC1AA 5100070
B30PM9 M6KPN1AAI15-020        J5D100422-7 M6KPN1AA 5100066
B30PN0 M6MEX1AAJ5D170419-3 M6MEX1AA 5107037
B30PN1 M6J1W1AAJ5D080407-8 M6J1W1AA 5098037
B30PN2 M6LAG1AAJ5D140434-3 M6LAG1AA 5104056
B30PN3 M6L7J1AAJ5D160425-3 M6L7J1AA 5106065

B30PN3 DUP M6L7J1ADJ5D160425-3 M6L7J1AD 5106065
B30PN4 M6KPP1AAJ5D100422-8 M6KPP1AA 5100066
B30PN5 M6ME11AAJ5D170419-4 M6ME11AA 5107037
B30PN6 M6K0V1AAI15-021        J5D130423-3 M6K0V1AA 5104026
B30PN8 M6KGF1AAI15-022        J5D090436-5 M6KGF1AA 5099045
B30PN9 M6KN31AAS15-004        J5D100419-3 M6KN31AA 5100066
B30PP0 M6KQT1AA J5D100423-30 M6KQT1AA 5100067
B30PP1 M6J5T1AAS15-004        J5D080421-1 M6J5T1AA 5098067

B30PP1 DUP M6J5T1ADJ5D080421-1 M6J5T1AD 5098067
B30PP2 M6J5V1AAJ5D080421-2 M6J5V1AA 5098067
B30PP3 M6J5W1AAJ5D080421-3 M6J5W1AA 5098067
B30PP6 M6J1L1AAJ5D080406-3 M6J1L1AA 5098037
B30PP7 M6J1K1AAJ5D080406-2 M6J1K1AA 5098037
B30PR6 M6MM41AAJ5D200426-1 M6MM41AA 5111031
B30PR7 M6KKV1AAJ5D100408-4 M6KKV1AA 5100036
B30PR8 M6KKW1AAJ5D100408-5 M6KKW1AA 5100036
B30PR9 M6MM61AAJ5D200426-3 M6MM61AA 5111031
B30PT0 M6MM51AAJ5D200426-2 M6MM51AA 5111031
B30PX5 M6K0W1AAI15-021        J5D130423-4 M6K0W1AA 5104026
B30PX7 M6MAA1AAS15-004        J5D170407-6 M6MAA1AA 5107014
B30PX8 M6L991AAJ5D170407-5 M6L991AA 5107014
B30PY0 M6MAD1AAJ5D170407-8 M6MAD1AA 5107014

B30PY0 DUP M6MAD1ACJ5D170407-8 M6MAD1AC 5107014
B30PY1 M6MAC1AAJ5D170407-7 M6MAC1AA 5107014
B313W2 M6ME31AAI15-013        J5D170420-2 M6ME31AA 5107037

B30MD9 DUP M6K0H1ADWC0051 X15-026        J5D130422-1 M6K0H1AD 5104026
B30MM1 DUP M6KPC1ACJ5D100420-8 M6KPC1AC 5100069
B30MR0 DUP M6MNJ1ACWC0055  J5D200427-10 M6MNJ1AC 5110052
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Client Sample ID (List Order) Lot-Sa No.         Work OrderSDG No.

Report No.: 65605

Order No. Report DB ID     Batch No.

Results in this report relate only to the sample(s) analyzed.

Sample Date: 4/7/2015 Receipt Date: 4/7/2015 Data Deliverable: 4/30/2015

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for completeness, for other than the 
conditions detailed above.  Release of the data contained in this hard copy data package has been authorized by the Laboratory 
Manager, or a designee as verified by the following signature.

Reviewed and Approved:

Project Manager

TestAmerica Inc
rptTALRchTitleC v5.3.6.2
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Certificate of Analysis

CH2M Hill Plateau Remediation Company
P.O. Box 1600
Mail Stop – R3-60
Richland, WA  99352

April 30, 2015

Attention:  Scot Fitzgerald
_________________________________________________________________________

SAF Numbers   : S15-004, S15-003, I15-020, I15-022, I15-021, I15-013, I15-019, 
I15-016, W15-004 & W15-002

Date SDG Closed  : April 22, 2015
Number of Samples  : One-Hundred-Eighty-Nine (189)
Sample Type   : Water
SDG Number   : WC0050
Data Deliverable  : 30-Day / Summary
__________________________________________________________________________

CASE NARRATIVE

I. Introduction
Between April 8 and April 21, 2015, one-hundred-eight-nine samples were received at TestAmerica
(TARL). Upon receipt, the samples were assigned laboratory ID numbers to correspond with the CH2M 
specific IDs. 

II. Sample Receipt
The samples were received in good condition and no anomalies were noted during check-in.  

III. Analytical Results/Methodology
The analytical results for this report are presented by laboratory sample ID.  Each set of data includes 
sample identification information, analytical results and the appropriate associated statistical errors.

The requested analyses were:  
    Chemical Analysis
    Hexavalent Chromium by EPA method 7196A
    Anions, Ion Chromatography by EPA method 300.0
IV. Quality Control
The analytical results for each analysis performed includes a minimum of one laboratory control sample 
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted 
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in the "Comments" section.

QC and sample results are reported in the same units.

V. Comments
Chemical Analysis
Hexavalent Chromium by EPA method 7196A
Two samples were analyzed outside of the sample hold time. The samples were received at the lab outside 
the hold time. For more information refer to the SIR that is attached to this report. No other analytical or 
quality issues were noted. The sample results and associated batch QC results are within contractual 
requirements.

Anions, Ion Chromatography by EPA method 300.0
Batch 5100036:
During data review it was noted that the Nitrate results for sample B30P77 at the 5x dilution had a result of 
26.337; the highest calibration standard is 25ppm. The hold time of the sample expired on sample therefore 
Nitrate result report is from the 5X dilution. 

Batch 5104086: The Bromide peak was manually integrated for sample B30N61 and its duplicate. The 
results were less than the RL but greater than the MDL. The sample results and associated batch QC results 
are within contractual requirements.

Batch 5107038:
There is no RPD result present for Fluoride as the parent sample and the duplicate have the same result. No 
analytical or quality issues were noted. The sample results and associated batch QC results are within 
contractual requirements.

Batch 5100067: 
The Bromide Peak was manually integrated. No analytical or quality issues were noted. The sample results 
and associated batch QC results are within contractual requirements.

Batch 5099045: A peak for Nitrite was manually integrated. N02 results were greater than MDL but less 
than the RL. No analytical or quality issues were noted. The sample results and associated batch QC results 
are within contractual requirements.

No other analytical or quality issues were noted. The sample results and associated batch QC results are 
within contractual requirements.

We certify that this data package is in compliance with the SOW, both technically and for completeness, 
including a full description of, explanation of, and corrective actions for, any and all deviations, from 
either the analyses requested or the case narrative requested. Release of the data contained in this hard 
copy data package has been authorized by the Laboratory Analytical Manager (or designee) and the 
laboratory’s client services representative as verified by their signatures on this report.
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SAMPLE ISSUE RESOLUTION SIR NUM SDR15-283

REV NUM 0

DATE INITIATED 4/22/2015

SAMPLE EVENT INFORMATION

SAF NUM(S) S15-004

OPERABLE UNIT(S)

PROJECT(S) SURV15

SAMPLE EVENT TITLE(S) SURV15

LABORATORY TestAmerica Incorporated, Richland

SAMPLING INFORMATION

NUMBER OF SAMPLES 1

SAMPLE NUMBERS B30PT0

SDG NUM WC0050

COLLECTION DATE 4/20/2014 - 4/20/2014

ISSUE BACKGROUND

CLASS Chain of Custody Issue (Field)

DESCRIPTION COC number S15-004-342, sample number B30PT0.
Incorrect sample date.

TYPE Sample Date/time is missing/incorrect/illegible

DISPOSITION

JUSTIFICATION DOCUMENT AND CLOSE

SUBMITTED BY: Gayelyn Gibson  DATE: 04/22/2015
ACCEPTED BY: Kirsten Killand DATE: 04/22/2015

DESCRIPTION DOCUMENT AND CLOSE

SAMPLE MATRIX WATER

A-6003-640 (03/30) PAGE 1 of 1
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SAMPLE ISSUE RESOLUTION SIR NUM SDR15-284

REV NUM 0

DATE INITIATED 4/22/2015

SAMPLE EVENT INFORMATION

SAF NUM(S) S15-004

OPERABLE UNIT(S)

PROJECT(S) SURV15

SAMPLE EVENT TITLE(S) SURV15

LABORATORY TestAmerica Incorporated, Richland

SAMPLING INFORMATION

NUMBER OF SAMPLES 2

SAMPLE NUMBERS B30N51, B30N55

SDG NUM WC0050

COLLECTION DATE 4/16/2015 - 4/16/2015

ISSUE BACKGROUND

CLASS Field Sampling Issue

DESCRIPTION Samples B30N51, B30N55 were received after the hold time had expired. The samples were taken 4/16/15 at 
7:00 am, and were received by the lab 4/17/15 at 8:25 am.

TYPE Mis-shipment of Sample

DISPOSITION

JUSTIFICATION Final Disposition:  Accept proposed resolution.

SUBMITTED BY:  Whitney Ritari DATE: 04/22/2015
ACCEPTED BY:  Scot Fitzgerald  DATE:  04/22/2015

DESCRIPTION Initiate SIR, report results and include comments in the case narrative.

SAMPLE MATRIX WATER

A-6003-640 (03/30) PAGE 1 of 1
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SAMPLE ISSUE RESOLUTION SIR NUM SDR15-275

REV NUM 0

DATE INITIATED 4/16/2015

SAMPLE EVENT INFORMATION

SAF NUM(S) I15-022

OPERABLE UNIT(S) 200-UP-1

PROJECT(S) CERC15

SAMPLE EVENT TITLE(S) CERC15

LABORATORY TestAmerica Incorporated, Richland

SAMPLING INFORMATION

NUMBER OF SAMPLES 1

SAMPLE NUMBERS B30MC7

SDG NUM WC0050

COLLECTION DATE 4/9/2015 - 4/9/2015

ISSUE BACKGROUND

CLASS Chain of Custody Issue (Field)

DESCRIPTION COC #I15-022-008, sample number B30MC7.
Sample date is incorrect.

TYPE Sample Date/time is missing/incorrect/illegible

DISPOSITION

JUSTIFICATION DOCUMENT AND CLOSE

SUBMITTED BY: Gayelyn Gibson  DATE: 04/15/2015
ACCEPTED BY: Kirsten Killand  DATE: 04/16/2015

DESCRIPTION DOCUMENT AND CLOSE

SAMPLE MATRIX WATER

A-6003-640 (03/30) PAGE 1 of 1
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SAMPLE ISSUE RESOLUTION SIR NUM SDR15-276

REV NUM 0

DATE INITIATED 4/16/2015

SAMPLE EVENT INFORMATION

SAF NUM(S) S15-004

OPERABLE UNIT(S)

PROJECT(S) SURV15

SAMPLE EVENT TITLE(S) SURV15

LABORATORY TestAmerica Incorporated, Richland

SAMPLING INFORMATION

NUMBER OF SAMPLES 1

SAMPLE NUMBERS B30NT2

SDG NUM WC0050

COLLECTION DATE 4/9/2015 - 4/9/2015

ISSUE BACKGROUND

CLASS Chain of Custody Issue (Field)

DESCRIPTION COC #S15-004-209,  sample number B30NT2

TYPE Sample Date/time is missing/incorrect/illegible

DISPOSITION

JUSTIFICATION DOCUMENT AND CLOSE

SUBMITTED BY: Gayelyn Gibson  DATE: 04/15/2015
ACCEPTED BY: Kirsten Killand  DATE: 04/16/2015

DESCRIPTION DOCUMENT AND CLOSE

SAMPLE MATRIX WATER

A-6003-640 (03/30) PAGE 1 of 1
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30-Apr-15Date:

Parameter Units

Report No. : 65605

Result 

WC0050SDG No:

TestAmerica Inc TARL

Qual

Sample Results Summary

Ordered by Method, Batch No., Client Sample ID.

MDL
Batch

Client ID
Work 

Order No. RL
Dil
 Fct

Date
Sampled

Date 
Analyzed

5098037  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6J1V1AA 13.0 D 0.2B30M73 0.4 204/07/15 13:56 04/08/15 14:54

Fluoride mg/L0.241 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.07 D 0.028 0.056 2

Sulfate mg/L74.7 D 0.25 0.5 2

Chloride mg/LM6J1T1AA 13.0 D 0.2B30M74 0.4 204/07/15 13:56 04/08/15 14:39

Fluoride mg/L0.241 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.07 D 0.028 0.056 2

Sulfate mg/L74.7 D 0.25 0.5 2

Chloride mg/LM6J1J1AA 50.3 D 0.2B30NV5 0.4 204/07/15 13:14 04/08/15 13:54

Fluoride mg/L0.300 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L17.9 D 0.07 0.14 504/08/15 16:40

Sulfate mg/L38.1 D 0.25 0.5 204/08/15 13:54

Chloride mg/LM6J1W1AA 15.1 D 0.2B30PN1 0.4 204/07/15 13:13 04/08/15 15:09

Fluoride mg/L0.197 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.22 D 0.028 0.056 2

Sulfate mg/L88.0 D 0.25 0.5 2

Chloride mg/LM6J1L1AA 50.9 D 0.2B30PP6 0.4 204/07/15 13:37 04/08/15 14:24

Fluoride mg/L0.291 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L23.3 D 0.07 0.14 504/08/15 17:10

Sulfate mg/L50.5 D 0.25 0.5 204/08/15 14:24

Chloride mg/LM6J1K1AA 51.1 D 0.2B30PP7 0.4 204/07/15 13:37 04/08/15 14:09

Fluoride mg/L0.294 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L23.2 D 0.07 0.14 504/08/15 16:55

Sulfate mg/L50.7 D 0.25 0.5 204/08/15 14:09

5098039  7196_CR6  ,WATER
HEXCHROME mg/LM6J1R1AA 0.0156  0.0015B30M34 0.004 104/07/15 13:13 04/08/15 10:22

HEXCHROME mg/LM6J1P1AA 0.0816  0.0015B30M75 0.004 104/07/15 13:56 04/08/15 10:21

HEXCHROME mg/LM6J1N1AA 0.0811  0.0015B30M76 0.004 104/07/15 13:56 04/08/15 10:21

HEXCHROME mg/LM6J1Q1AA 0.0818  0.0015B30M77 0.004 104/07/15 13:56 04/08/15 10:21

HEXCHROME mg/LM6J1M1AA 0.0803  0.0015B30M78 0.004 104/07/15 13:56 04/08/15 10:18

5098067  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6J5X1AA 25.5 D 0.2B30KJ8 0.4 204/08/15 11:30 04/08/15 21:49

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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MDL
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Order No. RL
Dil
 Fct
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Sampled

Date 
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5098067  300.0_ANIONS_IC  ,WATER
Fluoride mg/LM6J5X1AA 0.359 D 0.05B30KJ8 0.1 204/08/15 11:30 04/08/15 21:49

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.20 D 0.028 0.056 2

Sulfate mg/L89.3 D 0.25 0.5 2

Chloride mg/LM6J501AA 28.4 D 0.2B30KM5 0.4 204/08/15 12:12 04/08/15 22:04

Fluoride mg/L0.284 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L17.1 D 0.07 0.14 504/09/15 1:20

Sulfate mg/L104.0 D 0.625 1.25 5

Chloride mg/LM6J511AA <0.200 U D 0.2B30KN1 0.4 204/08/15 8:15 04/08/15 22:19

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM6J521AA 19.7 D 0.2B30KN2 0.4 204/08/15 9:57 04/08/15 22:34

Fluoride mg/L0.273 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L15.5 D 0.07 0.14 504/09/15 1:50

Sulfate mg/L91.5 D 0.25 0.5 204/08/15 22:34

Chloride mg/LM6J531AA 29.5 D 0.2B30KN6 0.4 204/08/15 10:37 04/08/15 22:49

Fluoride mg/L0.375 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L4.14 D 0.028 0.056 2

Sulfate mg/L119.0 D 0.625 1.25 504/09/15 2:35

Chloride mg/LM6J541AA 7.66 D 0.2B30KV5 0.4 204/08/15 9:35 04/08/15 23:35

Fluoride mg/L0.314 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L4.55 D 0.028 0.056 2

Sulfate mg/L42.9 D 0.25 0.5 2

Chloride mg/LM6J5T1AA 7.06 D 0.2B30PP1 0.4 204/08/15 11:11 04/08/15 20:34

Fluoride mg/L0.348 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.43 D 0.028 0.056 2

Sulfate mg/L42.7 D 0.25 0.5 2

Chloride mg/LM6J5V1AA 7.22 D 0.2B30PP2 0.4 204/08/15 9:00 04/08/15 21:19

Fluoride mg/L0.315 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.94 D 0.028 0.056 2

Sulfate mg/L34.2 D 0.25 0.5 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5098067  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6J5W1AA 5.76 D 0.2B30PP3 0.4 204/08/15 12:39 04/08/15 21:34

Fluoride mg/L0.328 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.39 D 0.028 0.056 2

Sulfate mg/L38.2 D 0.25 0.5 2

5099031  7196_CR6  ,WATER
HEXCHROME mg/LM6J821AA 0.00370 B 0.0015B30NN4 0.004 104/08/15 13:35 04/09/15 11:13

5099032  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6J8V1AA 41.7 D 0.2B30KP7 0.4 204/08/15 14:01 04/09/15 12:23

Fluoride mg/L0.321 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L61.7 D 0.21 0.42 1504/09/15 14:24

Sulfate mg/L228.0 D 1.88 3.75 15

Chloride mg/LM6J8W1AA 3.58 D 0.2B30KX7 0.4 204/08/15 14:09 04/09/15 13:08

Fluoride mg/L0.233 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.60 D 0.028 0.056 2

Sulfate mg/L19.8 D 0.25 0.5 2

Chloride mg/LM6J8X1AA 3.61 D 0.2B30KX8 0.4 204/08/15 14:09 04/09/15 13:24

Fluoride mg/L0.233 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.62 D 0.028 0.056 2

Sulfate mg/L19.6 D 0.25 0.5 2

Chloride mg/LM6J811AA 18.8 D 0.2B30NN3 0.4 204/08/15 13:35 04/09/15 13:39

Fluoride mg/L0.239 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L16.8 D 0.07 0.14 504/09/15 15:39

Sulfate mg/L108.0 D 0.625 1.25 5

5099045  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6KGG1AA 23.5 D 0.2B30KP2 0.4 204/09/15 11:31 04/09/15 18:10

Fluoride mg/L0.262 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L27.0 D 0.07 0.14 504/09/15 20:55

Sulfate mg/L92.4 D 0.25 0.5 204/09/15 18:10

Chloride mg/LM6KGH1AA 23.5 D 0.2B30KP3 0.4 204/09/15 11:31 04/09/15 18:25

Fluoride mg/L0.262 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L27.2 D 0.07 0.14 504/09/15 21:10

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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5099045  300.0_ANIONS_IC  ,WATER
Sulfate mg/LM6KGH1AA 92.7 D 0.25B30KP3 0.5 204/09/15 11:31 04/09/15 18:25

Chloride mg/LM6KGA1AA <0.200 U D 0.2B30MC3 0.4 204/09/15 7:15 04/09/15 16:24

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM6KGC1AA 13.2 D 0.2B30MC4 0.4 204/09/15 10:03 04/09/15 17:10

Fluoride mg/L0.348 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.91 D 0.028 0.056 2

Sulfate mg/L20.5 D 0.25 0.5 2

Chloride mg/LM6KGD1AA 18.3 D 0.2B30MC7 0.4 204/09/15 10:32 04/09/15 17:25

Fluoride mg/L0.314 D 0.05 0.1 2

Nitrite as N mg/L0.0620 D B 0.038 0.076 2

Nitrate as N mg/L20.3 D 0.07 0.14 504/09/15 20:10

Sulfate mg/L39.0 D 0.25 0.5 204/09/15 17:25

Chloride mg/LM6KGE1AA 18.3 D 0.2B30MC8 0.4 204/09/15 10:32 04/09/15 17:40

Fluoride mg/L0.312 D 0.05 0.1 2

Nitrite as N mg/L0.0630 D B 0.038 0.076 2

Nitrate as N mg/L20.3 D 0.07 0.14 504/09/15 20:25

Sulfate mg/L39.1 D 0.25 0.5 204/09/15 17:40

Chloride mg/LM6KGF1AA 8.56 D 0.2B30PN8 0.4 204/09/15 12:00 04/09/15 17:55

Fluoride mg/L0.428 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L4.63 D 0.028 0.056 2

Sulfate mg/L22.8 D 0.25 0.5 2

5100035  7196_CR6  ,WATER
HEXCHROME mg/LM6KKX1AA 0.00240 B 0.0015B30NT1 0.004 104/09/15 13:07 04/10/15 10:36

HEXCHROME mg/LM6KK11AA 0.00230 B 0.0015B30NT2 0.004 104/09/15 13:07 04/10/15 10:39

5100036  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6KKQ1AA 13.0 D 0.2B30NR9 0.4 204/09/15 13:07 04/10/15 11:31

Fluoride mg/L0.431 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L13.3 D 0.07 0.14 504/10/15 13:46

Sulfate mg/L59.5 D 0.25 0.5 204/10/15 11:31

Chloride mg/LM6KKR1AA 13.0 D 0.2B30NT0 0.4 204/09/15 13:07 04/10/15 12:16

Fluoride mg/L0.431 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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5100036  300.0_ANIONS_IC  ,WATER
Nitrate as N mg/LM6KKR1AA 13.3 D 0.07B30NT0 0.14 504/09/15 13:07 04/10/15 14:32

Sulfate mg/L59.6 D 0.25 0.5 204/10/15 12:16

Chloride mg/LM6KKT1AA 29.3 D 0.2B30P77 0.4 204/09/15 14:50 04/10/15 12:31

Fluoride mg/L0.309 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L29.7 D 0.07 0.14 504/10/15 14:47

Sulfate mg/L177.0 D 0.625 1.25 5

Chloride mg/LM6KKV1AA 29.6 D 0.2B30PR7 0.4 204/09/15 13:30 04/10/15 12:46

Fluoride mg/L0.324 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L31.6 D 0.14 0.28 1004/10/15 16:02

Sulfate mg/L179.0 D 0.625 1.25 504/10/15 15:02

Chloride mg/LM6KKW1AA 29.7 D 0.2B30PR8 0.4 204/09/15 13:30 04/10/15 13:01

Fluoride mg/L0.325 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L31.7 D 0.14 0.28 1004/10/15 16:17

Sulfate mg/L180.0 D 0.625 1.25 504/10/15 15:17

5100066  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6KPQ1AA <0.200 U D 0.2B30M01 0.4 204/10/15 7:00 04/10/15 21:51

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM6KPR1AA 13.5 D 0.2B30M02 0.4 204/10/15 8:50 04/10/15 22:06

Fluoride mg/L0.206 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L1.46 D 0.028 0.056 2

Sulfate mg/L73.2 D 0.25 0.5 2

Chloride mg/LM6KPM1AA 7.01 D 0.2B30M80 0.4 204/10/15 11:37 04/10/15 20:36

Fluoride mg/L0.0840 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L4.78 D 0.028 0.056 2

Sulfate mg/L44.6 D 0.25 0.5 2

Chloride mg/LM6KNX1AA 14.9 D 0.2B30N19 0.4 204/10/15 13:23 04/10/15 18:51

Fluoride mg/L0.180 D 0.05 0.1 2

Nitrite as N mg/L0.0860 D 0.038 0.076 2

Nitrate as N mg/L0.639 D 0.028 0.056 2

Sulfate mg/L52.2 D 0.25 0.5 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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5100066  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6KPN1AA 1.10 D 0.2B30PM9 0.4 204/10/15 12:48 04/10/15 20:51

Fluoride mg/L0.0730 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.0760 D 0.028 0.056 2

Sulfate mg/L10.2 D 0.25 0.5 2

Chloride mg/LM6KPP1AA 16.4 D 0.2B30PN4 0.4 204/10/15 13:15 04/10/15 21:06

Fluoride mg/L0.136 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.33 D 0.028 0.056 2

Sulfate mg/L59.3 D 0.25 0.5 2

Chloride mg/LM6KN31AA 18.1 D 0.2B30PN9 0.4 204/10/15 13:33 04/10/15 19:36

Fluoride mg/L0.135 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.37 D 0.028 0.056 2

Sulfate mg/L200.0 D 0.625 1.25 504/10/15 23:06

5100067  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6KQR1AA 25.5 D 0.2B30N26 0.4 204/10/15 11:38 04/10/15 21:13

Fluoride mg/L0.181 D 0.05 0.1 2

Nitrite as N mg/L0.0720 D B 0.038 0.076 2

Nitrate as N mg/L2.86 D 0.028 0.056 2

Sulfate mg/L69.9 D 0.25 0.5 2

Bromide mg/LM6KQP1AA 0.209 D B 0.125B30NB4 0.25 204/10/15 10:53 04/10/15 20:43

Chloride mg/L17.7 D 0.2 0.4 2

Fluoride mg/L0.122 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.43 D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L124.0 D 0.625 1.25 504/10/15 23:28

Bromide mg/LM6KQQ1AA <0.125 U D 0.125B30NC1 0.25 204/10/15 7:00 04/10/15 20:58

Chloride mg/L<0.200 U D 0.2 0.4 2

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Bromide mg/LM6KQN1AA 0.210 D B 0.125B30NC2 0.25 204/10/15 8:00 04/10/15 20:28

Chloride mg/L15.4 D 0.2 0.4 2

Fluoride mg/L0.104 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5100067  300.0_ANIONS_IC  ,WATER
Nitrate as N mg/LM6KQN1AA 5.89 D 0.028B30NC2 0.056 204/10/15 8:00 04/10/15 20:28

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L201.0 D 0.625 1.25 504/10/15 23:13

Bromide mg/LM6KQM1AA 0.177 D B 0.125B30ND0 0.25 204/10/15 9:43 04/10/15 19:43

Chloride mg/L10.7 D 0.2 0.4 2

Fluoride mg/L0.127 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.80 D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L127.0 D 0.625 1.25 504/10/15 22:28

Chloride mg/LM6KQV1AA 18.2 D 0.2B30NF6 0.4 204/10/15 9:37 04/10/15 21:43

Fluoride mg/L0.125 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.34 D 0.028 0.056 2

Sulfate mg/L222.0 D 0.625 1.25 504/11/15 0:28

Chloride mg/LM6KQT1AA 8.59 D 0.2B30PP0 0.4 204/10/15 8:21 04/10/15 21:28

Fluoride mg/L0.169 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.12 D 0.028 0.056 2

Sulfate mg/L124.0 D 0.625 1.25 504/11/15 0:13

5100069  7196_CR6  ,WATER
HEXCHROME mg/LM6KNV1AA <0.00150 U 0.0015B30N21 0.004 104/10/15 13:23 04/10/15 17:40

HEXCHROME mg/LM6KNW1AA <0.00150 U 0.0015B30N23 0.004 104/10/15 13:23 04/10/15 17:40

HEXCHROME mg/LM6KN11AA 0.0117  0.0015B30N92 0.004 104/10/15 13:33 04/10/15 17:40

HEXCHROME mg/LM6KN21AA 0.0171  0.0015B30N94 0.004 104/10/15 13:33 04/10/15 17:44

5100070  7196_CR6  ,WATER
HEXCHROME mg/LM6KQF1AA <0.00150 U 0.0015B30N11 0.004 104/10/15 10:20 04/10/15 18:32

HEXCHROME mg/LM6KQG1AA <0.00150 U 0.0015B30N12 0.004 104/10/15 10:20 04/10/15 18:32

HEXCHROME mg/LM6KQD1AA 0.0318  0.0015B30NB5 0.004 104/10/15 10:53 04/10/15 18:31

HEXCHROME mg/LM6KQE1AA 0.0338  0.0015B30NB7 0.004 104/10/15 10:53 04/10/15 18:31

HEXCHROME mg/LM6KPT1AA <0.00150 U 0.0015B30NC3 0.004 104/10/15 7:00 04/10/15 18:18

HEXCHROME mg/LM6KP51AA 0.0122  0.0015B30NC4 0.004 104/10/15 8:00 04/10/15 18:26

HEXCHROME mg/LM6KPV1AA <0.00150 U 0.0015B30NC7 0.004 104/10/15 7:00 04/10/15 18:21

HEXCHROME mg/LM6KP41AA 0.0127  0.0015B30NC8 0.004 104/10/15 8:00 04/10/15 18:26

HEXCHROME mg/LM6KP61AA 0.00750  0.0015B30ND1 0.004 104/10/15 9:43 04/10/15 18:26

HEXCHROME mg/LM6KP71AA 0.00820  0.0015B30ND3 0.004 104/10/15 9:43 04/10/15 18:27

HEXCHROME mg/LM6KP91AA 0.00790  0.0015B30NF7 0.004 104/10/15 9:37 04/10/15 18:27

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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5100070  7196_CR6  ,WATER
HEXCHROME mg/LM6KP81AA 0.0103  0.0015B30NF8 0.004 104/10/15 9:37 04/10/15 18:27

HEXCHROME mg/LM6KP21AA 0.270  0.0015B30NH0 0.004 104/10/15 10:03 04/10/15 18:22

HEXCHROME mg/LM6KP31AA 0.264  0.0015B30NH1 0.004 104/10/15 10:03 04/10/15 18:25

HEXCHROME mg/LM6KP11AA 0.00200 B 0.0015B30NK6 0.004 104/10/15 8:56 04/10/15 18:22

HEXCHROME mg/LM6KP01AA <0.00150 U 0.0015B30NK7 0.004 104/10/15 8:56 04/10/15 18:22

HEXCHROME mg/LM6KPX1AA 0.00630  0.0015B30NL1 0.004 104/10/15 8:21 04/10/15 18:21

HEXCHROME mg/LM6KPW1AA 0.00640  0.0015B30NL3 0.004 104/10/15 8:21 04/10/15 18:21

HEXCHROME mg/LM6KQA1AA 0.0109  0.0015B30PM7 0.004 104/10/15 8:45 04/10/15 18:30

HEXCHROME mg/LM6KQC1AA 0.0114  0.0015B30PM8 0.004 104/10/15 8:45 04/10/15 18:30

5100071  7196_CR6  ,WATER
HEXCHROME mg/LM6KPG1AA 0.00180 B 0.0015B30LY8 0.004 104/10/15 12:48 04/10/15 18:56

HEXCHROME mg/LM6KPH1AA <0.00150 U 0.0015B30M05 0.004 104/10/15 7:00 04/10/15 18:57

HEXCHROME mg/LM6KPJ1AA 0.00790  0.0015B30M06 0.004 104/10/15 8:50 04/10/15 18:57

HEXCHROME mg/LM6KPK1AA 0.00160 B 0.0015B30M68 0.004 104/10/15 13:15 04/10/15 19:00

HEXCHROME mg/LM6KPL1AA 0.0139  0.0015B30M81 0.004 104/10/15 11:37 04/10/15 19:01

HEXCHROME mg/LM6KQK1AA <0.00150 U 0.0015B30N27 0.004 104/10/15 11:38 04/10/15 18:56

HEXCHROME mg/LM6KQL1AA <0.00150 U 0.0015B30N29 0.004 104/10/15 11:38 04/10/15 18:56

HEXCHROME mg/LM6KQH1AA 0.176  0.0015B30N75 0.004 104/10/15 11:48 04/10/15 18:52

HEXCHROME mg/LM6KQJ1AA 0.176  0.0015B30N76 0.004 104/10/15 11:48 04/10/15 18:55

5103033  7196_CR6  ,WATER
HEXCHROME mg/LM6K0T1AA 0.0269  0.0015B30M95 0.004 104/13/15 10:28 04/13/15 18:32

HEXCHROME mg/LM6K0R1AA 0.0270  0.0015B30MB3 0.004 104/13/15 12:13 04/13/15 18:29

5104026  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6K3C1AA 5.45 D 0.2B30P25 0.4 203/13/15 13:31 04/14/15 17:39

Fluoride mg/L0.495 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L1.61 D 0.028 0.056 2

Sulfate mg/L27.1 D 0.25 0.5 2

Chloride mg/LM6K0V1AA 27.6 D 0.2B30PN6 0.4 204/13/15 10:28 04/14/15 16:39

Fluoride mg/L0.290 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L7.18 D 0.028 0.056 2

Sulfate mg/L72.2 D 0.25 0.5 2

Chloride mg/LM6K0W1AA 22.9 D 0.2B30PX5 0.4 204/13/15 12:13 04/14/15 16:54

Fluoride mg/L0.249 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L46.7 D 0.14 0.28 1004/14/15 19:39

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
D Qual - The reported value is from a dilution 
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5104026  300.0_ANIONS_IC  ,WATER
Sulfate mg/LM6K0W1AA 45.9 D 0.25B30PX5 0.5 204/13/15 12:13 04/14/15 16:54

5104056  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6LAC1AA 9.70 D 0.2B30M10 0.4 204/14/15 9:38 04/14/15 17:24

Fluoride mg/L0.251 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.17 D 0.028 0.056 2

Sulfate mg/L44.8 D 0.25 0.5 2

Chloride mg/LM6LAE1AA 17.5 D 0.2B30M29 0.4 204/14/15 9:50 04/14/15 17:39

Fluoride mg/L0.240 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.39 D 0.028 0.056 2

Sulfate mg/L74.4 D 0.25 0.5 2

Bromide mg/LM6LAJ1AA <0.125 U D 0.125B30N60 0.25 204/14/15 7:00 04/14/15 18:09

Chloride mg/L<0.200 U D 0.2 0.4 2

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Bromide mg/LM6LAF1AA 0.239 D B 0.125B30N61 0.25 204/14/15 11:10 04/14/15 16:39

Chloride mg/L18.6 D 0.2 0.4 2

Fluoride mg/L0.113 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L7.11 D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L193.0 D 0.625 1.25 504/14/15 18:54

Chloride mg/LM6LAG1AA 14.3 D 0.2B30PN2 0.4 204/14/15 8:33 04/14/15 17:54

Fluoride mg/L0.202 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.17 D 0.028 0.056 2

Sulfate mg/L79.1 D 0.25 0.5 2

5104061  7196_CR6  ,WATER
HEXCHROME mg/LM6LAL1AA 0.0101  0.0015B30M12 0.004 104/14/15 9:38 04/14/15 16:08

HEXCHROME mg/LM6LAH1AA 0.0370  0.0015B30M30 0.004 104/14/15 9:50 04/14/15 16:05

HEXCHROME mg/LM6LAK1AA 0.0204  0.0015B30M52 0.004 104/14/15 8:33 04/14/15 16:08

HEXCHROME mg/LM6LAQ1AA 0.0168  0.0015B30N31 0.004 104/14/15 12:10 04/14/15 16:09

HEXCHROME mg/LM6LAP1AA 0.0169  0.0015B30N32 0.004 104/14/15 12:10 04/14/15 16:09

HEXCHROME mg/LM6LAR1AA 0.0367  0.0015B30N34 0.004 104/14/15 12:02 04/14/15 16:09

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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5104061  7196_CR6  ,WATER
HEXCHROME mg/LM6LAW1AA 0.0360  0.0015B30N35 0.004 104/14/15 12:02 04/14/15 16:09

HEXCHROME mg/LM6LAX1AA 0.0149  0.0015B30N37 0.004 104/14/15 11:55 04/14/15 16:13

HEXCHROME mg/LM6LA01AA 0.0151  0.0015B30N38 0.004 104/14/15 11:55 04/14/15 16:13

HEXCHROME mg/LM6LA31AA 0.00520  0.0015B30N40 0.004 104/14/15 11:46 04/14/15 16:14

HEXCHROME mg/LM6LA11AA 0.00530  0.0015B30N41 0.004 104/14/15 11:46 04/14/15 16:13

HEXCHROME mg/LM6LA41AA 0.00530  0.0015B30N43 0.004 104/14/15 11:39 04/14/15 16:14

HEXCHROME mg/LM6LA71AA 0.00550  0.0015B30N44 0.004 104/14/15 11:39 04/14/15 16:14

HEXCHROME mg/LM6LA81AA 0.0249  0.0015B30N46 0.004 104/14/15 11:32 04/14/15 16:15

HEXCHROME mg/LM6LCC1AA 0.0252  0.0015B30N47 0.004 104/14/15 11:32 04/14/15 16:17

HEXCHROME mg/LM6LCE1AA <0.00150 U 0.0015B30N62 0.004 104/14/15 7:00 04/14/15 16:18

HEXCHROME mg/LM6LCG1AA 0.307  0.0015B30N63 0.004 104/14/15 11:10 04/14/15 16:19

HEXCHROME mg/LM6LCD1AA <0.00150 U 0.0015B30N66 0.004 104/14/15 7:00 04/14/15 16:18

HEXCHROME mg/LM6LCF1AA 0.310  0.0015B30N67 0.004 104/14/15 11:10 04/14/15 16:19

5104062  7196_CR6  ,WATER
HEXCHROME mg/LM6LCJ1AA 0.0201  0.0015B30N72 0.004 104/14/15 11:25 04/14/15 16:47

HEXCHROME mg/LM6LCH1AA 0.0199  0.0015B30N73 0.004 104/14/15 11:25 04/14/15 16:44

HEXCHROME mg/LM6LCL1AA 0.0329  0.0015B30N78 0.004 104/14/15 10:34 04/14/15 16:48

HEXCHROME mg/LM6LCK1AA 0.0325  0.0015B30N79 0.004 104/14/15 10:34 04/14/15 16:48

HEXCHROME mg/LM6LCM1AA 0.127  0.0015B30N81 0.004 104/14/15 10:55 04/14/15 16:48

HEXCHROME mg/LM6LCN1AA 0.125  0.0015B30N82 0.004 104/14/15 10:55 04/14/15 16:48

HEXCHROME mg/LM6LCP1AA 0.0536  0.0015B30N87 0.004 104/14/15 9:33 04/14/15 16:49

HEXCHROME mg/LM6LCQ1AA 0.0518  0.0015B30N88 0.004 104/14/15 9:33 04/14/15 16:52

HEXCHROME mg/LM6LCT1AA 0.0148  0.0015B30N97 0.004 104/14/15 8:35 04/14/15 16:53

HEXCHROME mg/LM6LCR1AA 0.0148  0.0015B30N98 0.004 104/14/15 8:35 04/14/15 16:52

HEXCHROME mg/LM6LCW1AA 0.0507  0.0015B30NB1 0.004 104/14/15 9:00 04/14/15 16:53

HEXCHROME mg/LM6LCV1AA 0.0570  0.0015B30NB2 0.004 104/14/15 9:00 04/14/15 16:53

HEXCHROME mg/LM6LC01AA 0.0144  0.0015B30NF0 0.004 104/14/15 10:43 04/14/15 16:54

HEXCHROME mg/LM6LCX1AA 0.0139  0.0015B30NF1 0.004 104/14/15 10:43 04/14/15 16:54

HEXCHROME mg/LM6LC11AA 0.0108  0.0015B30NF3 0.004 104/14/15 11:15 04/14/15 16:57

HEXCHROME mg/LM6LC21AA 0.0105  0.0015B30NF4 0.004 104/14/15 11:15 04/14/15 16:57

HEXCHROME mg/LM6LC41AA 0.0159  0.0015B30NH6 0.004 104/14/15 9:52 04/14/15 16:58

HEXCHROME mg/LM6LC31AA 0.0158  0.0015B30NH7 0.004 104/14/15 9:52 04/14/15 16:57

HEXCHROME mg/LM6LC61AA 0.339  0.0015B30NJ2 0.004 104/14/15 10:23 04/14/15 16:59

HEXCHROME mg/LM6LC51AA 0.340  0.0015B30NJ4 0.004 104/14/15 10:23 04/14/15 16:58

5104063  7196_CR6  ,WATER
HEXCHROME mg/LM6LDH1AA 0.110  0.0015B30ND6 0.004 104/14/15 9:10 04/14/15 17:31

TestAmerica Inc U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.rptTALRchSample

SumC2 V5.3.6.8 
A2002

Page 379 of 394

MAY 12, 2015 REV 1

382 of 397



30-Apr-15Date:

Parameter Units

Report No. : 65605

Result 

WC0050SDG No:

TestAmerica Inc TARL

Qual

Sample Results Summary

Ordered by Method, Batch No., Client Sample ID.

MDL
Batch

Client ID
Work 

Order No. RL
Dil
 Fct

Date
Sampled

Date 
Analyzed

5104063  7196_CR6  ,WATER
HEXCHROME mg/LM6LDJ1AA 0.109  0.0015B30ND8 0.004 104/14/15 9:10 04/14/15 17:32

HEXCHROME mg/LM6LDK1AA 0.0497  0.0015B30NH3 0.004 104/14/15 9:23 04/14/15 17:32

HEXCHROME mg/LM6LDL1AA 0.0497  0.0015B30NH4 0.004 104/14/15 9:23 04/14/15 17:32

HEXCHROME mg/LM6LDN1AA 0.0154  0.0015B30NH9 0.004 104/14/15 10:05 04/14/15 17:33

HEXCHROME mg/LM6LDM1AA 0.0146  0.0015B30NJ0 0.004 104/14/15 10:05 04/14/15 17:33

HEXCHROME mg/LM6LC91AA 0.331  0.0015B30NJ3 0.004 104/14/15 10:23 04/14/15 17:26

HEXCHROME mg/LM6LC71AA 0.338  0.0015B30NJ5 0.004 104/14/15 10:23 04/14/15 17:23

HEXCHROME mg/LM6LDC1AA 0.150  0.0015B30NJ7 0.004 104/14/15 11:10 04/14/15 17:27

HEXCHROME mg/LM6LDA1AA 0.149  0.0015B30NJ8 0.004 104/14/15 11:10 04/14/15 17:27

HEXCHROME mg/LM6LDD1AA 0.0982  0.0015B30NK0 0.004 104/14/15 10:16 04/14/15 17:27

HEXCHROME mg/LM6LDE1AA 0.0957  0.0015B30NK1 0.004 104/14/15 10:16 04/14/15 17:27

HEXCHROME mg/LM6LDF1AA 0.0261  0.0015B30NK3 0.004 104/14/15 11:03 04/14/15 17:28

HEXCHROME mg/LM6LDG1AA 0.0261  0.0015B30NK4 0.004 104/14/15 11:03 04/14/15 17:31

5105041  7196_CR6  ,WATER
HEXCHROME mg/LM6LL61AA 0.0366  0.0015B30DY7 0.004 104/15/15 7:33 04/15/15 16:07

HEXCHROME mg/LM6LL51AA 0.0366  0.0015B30DY8 0.004 104/15/15 7:33 04/15/15 16:06

5106063  7196_CR6  ,WATER
HEXCHROME mg/LM6L7G1AA 0.00240 B 0.0015B30M17 0.004 104/16/15 10:43 04/16/15 16:18

HEXCHROME mg/LM6L7H1AA 0.00450  0.0015B30M62 0.004 104/16/15 9:05 04/16/15 16:21

5106065  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6L7K1AA 15.7 D 0.2B30M16 0.4 204/16/15 10:43 04/16/15 17:54

Fluoride mg/L0.235 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.18 D 0.028 0.056 2

Sulfate mg/L62.3 D 0.25 0.5 2

Chloride mg/LM6L7J1AA 16.3 D 0.2B30PN3 0.4 204/16/15 9:05 04/16/15 17:08

Fluoride mg/L0.111 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.76 D 0.028 0.056 2

Sulfate mg/L66.8 D 0.25 0.5 2

5107014  7196_CR6  ,WATER
HEXCHROME mg/LM6L951AA <0.00150 U 0.0015B30N51 0.004 104/16/15 7:00 04/17/15 10:19

HEXCHROME mg/LM6L981AA 0.169  0.0015B30N52 0.004 104/16/15 12:06 04/17/15 10:23

HEXCHROME mg/LM6L961AA <0.00150 U 0.0015B30N55 0.004 104/16/15 7:00 04/17/15 10:22

HEXCHROME mg/LM6L971AA 0.168  0.0015B30N56 0.004 104/16/15 12:06 04/17/15 10:22

HEXCHROME mg/LM6MAA1AA 0.103  0.0015B30PX7 0.004 104/16/15 13:34 04/17/15 10:23

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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MDL
Batch
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Dil
 Fct

Date
Sampled

Date 
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5107014  7196_CR6  ,WATER
HEXCHROME mg/LM6L991AA 0.105  0.0015B30PX8 0.004 104/16/15 13:34 04/17/15 10:23

HEXCHROME mg/LM6MAD1AA 0.577 D 0.0075B30PY0 0.004 504/16/15 14:32 04/17/15 10:37

HEXCHROME mg/LM6MAC1AA 0.580 D 0.0075B30PY1 0.004 504/16/15 14:32 04/17/15 10:37

5107036  7196_CR6  ,WATER
HEXCHROME mg/LM6ME21AA 0.0414  0.0015B306J9 0.004 104/17/15 12:05 04/17/15 16:03

HEXCHROME mg/LM6MFF1AA 0.0273  0.0015B30H09 0.004 104/17/15 11:25 04/17/15 16:08

HEXCHROME mg/LM6MFE1AA 0.00300 B 0.0015B30H13 0.004 104/17/15 13:15 04/17/15 16:08

HEXCHROME mg/LM6MFC1AA 0.00660  0.0015B30H99 0.004 104/17/15 8:20 04/17/15 16:07

HEXCHROME mg/LM6MEV1AA <0.00150 U 0.0015B30M24 0.004 104/17/15 7:00 04/17/15 16:02

HEXCHROME mg/LM6MEW1AA 0.00380 B 0.0015B30M25 0.004 104/17/15 9:51 04/17/15 16:03

HEXCHROME mg/LM6ME81AA 0.00200 B 0.0015B30N07 0.004 104/17/15 11:51 04/17/15 16:07

HEXCHROME mg/LM6ME91AA 0.00200 B 0.0015B30N09 0.004 104/17/15 11:51 04/17/15 16:07

HEXCHROME mg/LM6MER1AA 0.00940  0.0015B30N15 0.004 104/17/15 13:13 04/17/15 15:59

HEXCHROME mg/LM6MET1AA 0.00660  0.0015B30N17 0.004 104/17/15 13:13 04/17/15 16:02

HEXCHROME mg/LM6ME61AA <0.00150 U 0.0015B30NL7 0.004 104/17/15 7:30 04/17/15 16:03

HEXCHROME mg/LM6ME71AA 0.00820  0.0015B30NL8 0.004 104/17/15 10:50 04/17/15 16:04

5107037  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6MEM1AA 5.82 D 0.2B30N14 0.4 204/17/15 13:13 04/17/15 17:05

Fluoride mg/L0.224 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.06 D 0.028 0.056 2

Sulfate mg/L31.6 D 0.25 0.5 2

Chloride mg/LM6MEX1AA 16.4 D 0.2B30PN0 0.4 204/17/15 9:51 04/17/15 17:50

Fluoride mg/L0.355 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.17 D 0.028 0.056 2

Sulfate mg/L65.6 D 0.25 0.5 2

Chloride mg/LM6ME11AA <0.200 U D 0.2B30PN5 0.4 204/17/15 7:00 04/17/15 18:05

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM6ME31AA 21.6 D 0.2B313W2 0.4 204/17/15 12:05 04/17/15 18:20

Fluoride mg/L0.104 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.48 D 0.028 0.056 2

Sulfate mg/L68.0 D 0.25 0.5 2

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5107038  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6ME51AA 31.0 D 0.2B305D2 0.4 204/17/15 9:41 04/18/15 12:12

Fluoride mg/L0.239 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L93.1 D 0.28 0.56 2004/18/15 14:43

Sulfate mg/L153.0 D 0.625 1.25 504/18/15 14:13

Chloride mg/LM6MFD1AA 29.3 D 0.2B30J07 0.4 204/17/15 8:20 04/18/15 12:42

Fluoride mg/L0.411 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L18.3 D 0.07 0.14 504/18/15 14:28

Sulfate mg/L54.6 D 0.25 0.5 204/18/15 12:42

Chloride mg/LM6ME41AA 24.9 D 0.2B30KF4 0.4 204/17/15 10:39 04/18/15 11:27

Fluoride mg/L0.241 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L8.38 D 0.028 0.056 2

Sulfate mg/L131.0 D 0.625 1.25 504/18/15 13:28

Chloride mg/LM6MFA1AA 9.84 D 0.2B30N06 0.4 204/17/15 11:51 04/18/15 12:27

Fluoride mg/L0.308 D 0.05 0.1 2

Nitrite as N mg/L0.150 D 0.038 0.076 2

Nitrate as N mg/L1.15 D 0.028 0.056 2

Sulfate mg/L78.6 D 0.25 0.5 2

5110052  7196_CR6  ,WATER
HEXCHROME mg/LM6MM31AA 0.00280 B 0.0015B306K3 0.004 104/20/15 9:16 04/20/15 16:19

5111031  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6MM01AA 6.61 D 0.2B306K2 0.4 204/20/15 9:16 04/21/15 11:58

Fluoride mg/L0.322 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.89 D 0.028 0.056 2

Sulfate mg/L41.8 D 0.25 0.5 2

Chloride mg/LM6MQK1AA 10.8 D 0.2B30P35 0.4 204/20/15 14:10 04/21/15 13:29

Fluoride mg/L0.390 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L4.91 D 0.028 0.056 2

Sulfate mg/L56.0 D 0.25 0.5 2

Chloride mg/LM6MM41AA 21.4 D 0.2B30PR6 0.4 204/20/15 11:55 04/21/15 12:44

Fluoride mg/L0.386 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L7.00 D 0.028 0.056 2

Sulfate mg/L116.0 D 0.625 1.25 504/21/15 14:14

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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5111031  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6MM61AA 9.33 D 0.2B30PR9 0.4 204/20/15 12:55 04/21/15 13:14

Fluoride mg/L0.212 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L1.70 D 0.028 0.056 2

Sulfate mg/L21.4 D 0.25 0.5 2

Chloride mg/LM6MM51AA 22.8 D 0.2B30PT0 0.4 204/20/15 10:19 04/21/15 12:59

Fluoride mg/L0.343 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L18.7 D 0.07 0.14 504/21/15 14:29

Sulfate mg/L137.0 D 0.625 1.25 5

473No. of Results:

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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Work
Work No. RL RPD
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300.0_ANIONS_IC
0.1Chloride mg/LM6JW41AC 101%10.55098037  MS, B30PP4 0.2 1

0.025Fluoride mg/L 93%0.181 0.05 1

0.019Nitrite as N mg/L 98%0.0750 0.038 1

0.014Nitrate as N mg/L 94%3.60 0.028 1

0.125Sulfate mg/L 101%25.5 0.25 1

0.2Chloride mg/LM6JW41AD D22.35098037  DUP, B30PP4 DUP 0.4 0.3 2

0.05Fluoride mg/LD0.208 0.1 0.0 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.028Nitrate as N mg/LD7.77 0.056 0.3 2

0.625Sulfate mg/LD138.0 1.25 0.4 5

0.1Chloride mg/LM6J1X1AA U<0.1005098037  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

0.1Chloride mg/LM6J1X1AC 99%3.945098037  LCS, 0.2 1

0.025Fluoride mg/L 98%0.978 0.05 1

0.019Nitrite as N mg/L 90%0.688 0.038 1

0.014Nitrate as N mg/L 96%0.544 0.028 1

0.125Sulfate mg/L 97%4.87 0.25 1

7196_CR6
0.0015HEXCHROME mg/LM6J1R1AC 0.01575098039  DUP, B30M34 DUP 0.004 0.6 1

0.0015HEXCHROME mg/LM6J1M1AC 99%0.04965098039  MS, B30M78 0.004 1

0.0015HEXCHROME mg/LM6J121AA U<0.001505098039  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6J121AC 103%0.2585098039  LCS, 0.004 1

300.0_ANIONS_IC
0.1Chloride mg/LM6J5T1AC 101%3.615098067  MS, B30PP1 0.2 1

0.025Fluoride mg/L 97%0.249 0.05 1

0.019Nitrite as N mg/L 89%0.0680 0.038 1

0.014Nitrate as N mg/L 101%1.16 0.028 1

0.125Sulfate mg/L 102%20.1 0.25 1

0.2Chloride mg/LM6J5T1AD D7.155098067  DUP, B30PP1 DUP 0.4 1.3 2

0.05Fluoride mg/LD0.352 0.1 1.1 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum

maryC V5.3.6.8 
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0.038Nitrite as N mg/LM6J5T1AD U D<0.03805098067  DUP, B30PP1 DUP 0.076 2

0.028Nitrate as N mg/LD2.46 0.056 1.3 2

0.25Sulfate mg/LD43.4 0.5 1.6 2

0.1Chloride mg/LM6J551AA U<0.1005098067  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

0.1Chloride mg/LM6J551AC 99%3.985098067  LCS, 0.2 1

0.025Fluoride mg/L 98%0.978 0.05 1

0.019Nitrite as N mg/L 93%0.708 0.038 1

0.014Nitrate as N mg/L 96%0.541 0.028 1

0.125Sulfate mg/L 99%4.97 0.25 1

7196_CR6
0.0015HEXCHROME mg/LM6J821AC 101%0.05065099031  MS, B30NN4 0.004 1

0.0015HEXCHROME mg/LM6J821AD B0.003705099031  DUP, B30NN4 DUP 0.004 0.0 1

0.0015HEXCHROME mg/LM6J9E1AA U<0.001505099031  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6J9E1AC 105%0.2625099031  LCS, 0.004 1

300.0_ANIONS_IC
0.1Chloride mg/LM6J8V1AC 100%19.15099032  MS, B30KP7 0.2 1

0.025Fluoride mg/L 93%0.229 0.05 1

0.019Nitrite as N mg/L 81%0.0620 0.038 1

0.014Nitrate as N mg/L 100%3.77 0.028 1

0.125Sulfate mg/L 100%14.2 0.25 1

0.2Chloride mg/LM6J8V1AD D41.85099032  DUP, B30KP7 DUP 0.4 0.2 2

0.05Fluoride mg/LD0.319 0.1 0.6 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.21Nitrate as N mg/LD61.8 0.42 0.1 15

1.88Sulfate mg/LD228.0 3.75 0.2 15

0.1Chloride mg/LM6J9G1AA U<0.1005099032  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.

rptTALRchQcSum
maryC V5.3.6.8 
A2002

Page 385 of 394

MAY 12, 2015 REV 1

388 of 397



30-Apr-15Date:

Parameter MDLUnitsBatch

Report No. : 65605

Result

WC0050SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.1Chloride mg/LM6J9G1AC 98%3.945099032  LCS, 0.2 1

0.025Fluoride mg/L 97%0.971 0.05 1

0.019Nitrite as N mg/L 92%0.704 0.038 1

0.014Nitrate as N mg/L 95%0.536 0.028 1

0.125Sulfate mg/L 99%4.93 0.25 1

300.0_ANIONS_IC
0.1Chloride mg/LM6KGA1AC 97%0.3905099045  MS, B30MC3 0.2 1

0.025Fluoride mg/L 92%0.0930 0.05 1

0.019Nitrite as N mg/L 93%0.0710 0.038 1

0.014Nitrate as N mg/L 100%0.0570 0.028 1

0.125Sulfate mg/L 99%0.496 0.25 1

0.2Chloride mg/LM6KGA1AD U D<0.2005099045  DUP, B30MC3 DUP 0.4 2

0.05Fluoride mg/LU D<0.0500 0.1 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.028Nitrate as N mg/LU D<0.0280 0.056 2

0.25Sulfate mg/LU D<0.250 0.5 2

0.1Chloride mg/LM6KGJ1AA U<0.1005099045  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

0.1Chloride mg/LM6KGJ1AC 99%3.975099045  LCS, 0.2 1

0.025Fluoride mg/L 98%0.978 0.05 1

0.019Nitrite as N mg/L 93%0.707 0.038 1

0.014Nitrate as N mg/L 96%0.542 0.028 1

0.125Sulfate mg/L 99%4.97 0.25 1

7196_CR6
0.0015HEXCHROME mg/LM6KKX1AC 105%0.05245100035  MS, B30NT1 0.004 1

0.0015HEXCHROME mg/LM6KK11AC B0.002105100035  DUP, B30NT2 DUP 0.004 9.1 1

0.0015HEXCHROME mg/LM6KLG1AA U<0.001505100035  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6KLG1AC 104%0.2605100035  LCS, 0.004 1

300.0_ANIONS_IC
0.1Chloride mg/LM6KKQ1AC 99%6.205100036  MS, B30NR9 0.2 1

0.025Fluoride mg/L 97%0.287 0.05 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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0.019Nitrite as N mg/LM6KKQ1AC 87%0.06805100036  MS, B30NR9 0.038 1

0.014Nitrate as N mg/L 100%2.45 0.028 1

0.125Sulfate mg/L 100%27.3 0.25 1

0.2Chloride mg/LM6KKQ1AD D13.05100036  DUP, B30NR9 DUP 0.4 0.0 2

0.05Fluoride mg/LD0.430 0.1 0.2 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.07Nitrate as N mg/LD13.3 0.14 0.2 5

0.25Sulfate mg/LD59.6 0.5 0.2 2

0.1Chloride mg/LM6KLP1AA U<0.1005100036  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

0.1Chloride mg/LM6KLP1AC 99%3.985100036  LCS, 0.2 1

0.025Fluoride mg/L 100%0.996 0.05 1

0.019Nitrite as N mg/L 94%0.713 0.038 1

0.014Nitrate as N mg/L 96%0.543 0.028 1

0.125Sulfate mg/L 101%5.04 0.25 1

300.0_ANIONS_IC
0.1Chloride mg/LM6KNX1AC 100%7.095100066  MS, B30N19 0.2 1

0.025Fluoride mg/L 91%0.164 0.05 1

0.019Nitrite as N mg/L 82%0.0940 0.038 1

0.014Nitrate as N mg/L 99%0.340 0.028 1

0.125Sulfate mg/L 101%24.1 0.25 1

0.2Chloride mg/LM6KNX1AD D14.95100066  DUP, B30N19 DUP 0.4 0.0 2

0.05Fluoride mg/LD0.180 0.1 0.0 2

0.038Nitrite as N mg/LD0.0860 0.076 0.0 2

0.028Nitrate as N mg/LD0.640 0.056 0.2 2

0.25Sulfate mg/LD52.4 0.5 0.5 2

0.1Chloride mg/LM6KQX1AA U<0.1005100066  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

0.1Chloride mg/LM6KQX1AC 100%3.995100066  LCS, 0.2 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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Dil
 Fct

0.025Fluoride mg/LM6KQX1AC 100%0.9975100066  LCS, 0.05 1

0.019Nitrite as N mg/L 93%0.711 0.038 1

0.014Nitrate as N mg/L 96%0.542 0.028 1

0.125Sulfate mg/L 100%5.02 0.25 1

300.0_ANIONS_IC
0.0625Bromide mg/LM6KQM1AC 83%0.2745100067  MS, B30ND0 0.125 1

0.1Chloride mg/L 100%5.21 0.2 1

0.025Fluoride mg/L 89%0.140 0.05 1

0.019Nitrite as N mg/L 86%0.0660 0.038 1

0.014Nitrate as N mg/L 100%1.77 0.028 1

0.041PO4_P mg/L 80%0.132 0.0815 1

0.125Sulfate mg/L 101%23.6 0.25 1

0.125Bromide mg/LM6KQM1AD D B0.1775100067  DUP, B30ND0 DUP 0.25 0.0 2

0.2Chloride mg/LD10.7 0.4 0.3 2

0.05Fluoride mg/LD0.128 0.1 0.8 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.028Nitrate as N mg/LD3.81 0.056 0.3 2

0.082PO4_P mg/LU D<0.0820 0.163 2

0.625Sulfate mg/LD128.0 1.25 1.1 5

0.0625Bromide mg/LM6KQ01AA U<0.06255100067  BLANK, 0.125 1

0.1Chloride mg/LU<0.100 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.041PO4_P mg/LU<0.0410 0.0815 1

0.125Sulfate mg/LU<0.125 0.25 1

0.0625Bromide mg/LM6KQ01AC 95%2.395100067  LCS, 0.125 1

0.1Chloride mg/L 100%4.00 0.2 1

0.025Fluoride mg/L 100%1.00 0.05 1

0.019Nitrite as N mg/L 92%0.699 0.038 1

0.014Nitrate as N mg/L 97%0.545 0.028 1

0.041PO4_P mg/L 95%1.54 0.0815 1

0.125Sulfate mg/L 100%4.99 0.25 1

7196_CR6
0.0015HEXCHROME mg/LM6KNM1AC 97%0.04875100069  MS, B30MH1 0.004 1

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
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30-Apr-15Date:

Parameter MDLUnitsBatch

Report No. : 65605

Result

WC0051SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.0015HEXCHROME mg/LM6KPC1AC B0.002105100069  DUP, B30MM1 DUP 0.004 21.3 1

0.0015HEXCHROME mg/LM6KQ21AA U<0.001505100069  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6KQ21AC 105%0.2645100069  LCS, 0.004 1

7196_CR6
0.0015HEXCHROME mg/LM6KQG1AA U<0.001505100070  DUP, B30N12 DUP 0.004 200.0 1

0.0015HEXCHROME mg/LM6KPT1AC 93%0.04675100070  MS, B30NC3 0.004 1

0.0015HEXCHROME mg/LM6KQ31AA U<0.001505100070  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6KQ31AC 105%0.2625100070  LCS, 0.004 1

7196_CR6
0.0015HEXCHROME mg/LM6KPL1AC 0.01465100071  DUP, B30M81 DUP 0.004 4.9 1

0.0015HEXCHROME mg/LM6KQH1AC 88%0.04405100071  MS, B30N75 0.004 1

0.0015HEXCHROME mg/LM6KQ41AA U<0.001505100071  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6KQ41AC 106%0.2655100071  LCS, 0.004 1

7196_CR6
0.0015HEXCHROME mg/LM6K0K1AC 110%0.05525103033  MS, B30MF5 0.004 1

0.0015HEXCHROME mg/LM6K061AC U<0.001505103033  DUP, B30MJ6 DUP 0.004 -40.0 1

0.0015HEXCHROME mg/LM6K091AA U<0.001505103033  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6K091AC 106%0.2645103033  LCS, 0.004 1

300.0_ANIONS_IC
0.1Chloride mg/LM6K0H1AC 99%3.455104026  MS, B30MD9 0.2 1

0.025Fluoride mg/L 94%0.209 0.05 1

0.019Nitrite as N mg/L 88%0.0680 0.038 1

0.014Nitrate as N mg/L 100%0.641 0.028 1

0.125Sulfate mg/L 101%15.9 0.25 1

0.2Chloride mg/LM6K0H1AD D6.835104026  DUP, B30MD9 DUP 0.4 0.2 2

0.05Fluoride mg/LD0.270 0.1 0.4 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.028Nitrate as N mg/LD1.30 0.056 0.2 2

0.25Sulfate mg/LD34.2 0.5 0.5 2

0.1Chloride mg/LM6K3P1AA U<0.1005104026  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
D Qual - The reported value is from a dilution 
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30-Apr-15Date:

Parameter MDLUnitsBatch

Report No. : 65605

Result

WC0051SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.125Sulfate mg/LM6K3P1AA U<0.1255104026  BLANK, 0.25 1

0.1Chloride mg/LM6K3P1AC 99%3.965104026  LCS, 0.2 1

0.025Fluoride mg/L 98%0.976 0.05 1

0.019Nitrite as N mg/L 93%0.705 0.038 1

0.014Nitrate as N mg/L 95%0.539 0.028 1

0.125Sulfate mg/L 98%4.92 0.25 1

300.0_ANIONS_IC
0.0625Bromide mg/LM6LAF1AC 84%0.3015104056  MS, B30N61 0.125 1

0.1Chloride mg/L 100%8.72 0.2 1

0.025Fluoride mg/L 87%0.132 0.05 1

0.019Nitrite as N mg/L 84%0.0640 0.038 1

0.014Nitrate as N mg/L 100%3.27 0.028 1

0.041PO4_P mg/L 88%0.144 0.0815 1

0.125Sulfate mg/L 100%35.5 0.25 1

0.125Bromide mg/LM6LAF1AD D B0.2405104056  DUP, B30N61 DUP 0.25 0.4 2

0.2Chloride mg/LD18.6 0.4 0.0 2

0.05Fluoride mg/LD0.113 0.1 0.0 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.028Nitrate as N mg/LD7.11 0.056 0.0 2

0.082PO4_P mg/LU D<0.0820 0.163 2

0.625Sulfate mg/LD194.0 1.25 0.1 5

0.0625Bromide mg/LM6LC81AA U<0.06255104056  BLANK, 0.125 1

0.1Chloride mg/LU<0.100 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.041PO4_P mg/LU<0.0410 0.0815 1

0.125Sulfate mg/LU<0.125 0.25 1

0.0625Bromide mg/LM6LC81AC 95%2.375104056  LCS, 0.125 1

0.1Chloride mg/L 99%3.97 0.2 1

0.025Fluoride mg/L 98%0.984 0.05 1

0.019Nitrite as N mg/L 92%0.701 0.038 1

0.014Nitrate as N mg/L 96%0.543 0.028 1

0.041PO4_P mg/L 95%1.54 0.0815 1

0.125Sulfate mg/L 98%4.90 0.25 1

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
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30-Apr-15Date:

Parameter MDLUnitsBatch

Report No. : 65605

Result

WC0050SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

7196_CR6
0.0015HEXCHROME mg/LM6LAH1AC 101%0.05075104061  MS, B30M30 0.004 1

0.0015HEXCHROME mg/LM6LCG1AC 0.3075104061  DUP, B30N63 DUP 0.004 0.1 1

0.0015HEXCHROME mg/LM6LD21AA <0.001505104061  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6LD21AC 104%0.2595104061  LCS, 0.004 1

7196_CR6
0.0015HEXCHROME mg/LM6LCH1AC 101%0.05075104062  MS, B30N73 0.004 1

0.0015HEXCHROME mg/LM6LC61AC 0.3355104062  DUP, B30NJ2 DUP 0.004 1.2 1

0.0015HEXCHROME mg/LM6LD41AA U<0.001505104062  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6LD41AC 101%0.2535104062  LCS, 0.004 1

7196_CR6
0.0015HEXCHROME mg/LM6LDN1AC 0.01535104063  DUP, B30NH9 DUP 0.004 0.7 1

0.0015HEXCHROME mg/LM6LC71AC 80%0.03985104063  MS, B30NJ5 0.004 1

0.0015HEXCHROME mg/LM6LD61AA U<0.001505104063  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6LD61AC 106%0.2645104063  LCS, 0.004 1

7196_CR6
0.0015HEXCHROME mg/LM6LL61AC 0.03615105041  DUP, B30DY7 DUP 0.004 1.4 1

0.0015HEXCHROME mg/LM6LLX1AC 101%0.05075105041  MS, B30PH7 0.004 1

0.0015HEXCHROME mg/LM6LMN1AA U<0.001505105041  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6LMN1AC 106%0.2645105041  LCS, 0.004 1

7196_CR6
0.0015HEXCHROME mg/LM6L7G1AC 94%0.04715106063  MS, B30M17 0.004 1

0.0015HEXCHROME mg/LM6L7H1AC 0.004705106063  DUP, B30M62 DUP 0.004 4.3 1

0.0015HEXCHROME mg/LM6L7R1AA U<0.001505106063  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6L7R1AC 105%0.2635106063  LCS, 0.004 1

300.0_ANIONS_IC
0.1Chloride mg/LM6L7J1AC 99%7.665106065  MS, B30PN3 0.2 1

0.025Fluoride mg/L 86%0.129 0.05 1

0.019Nitrite as N mg/L 82%0.0630 0.038 1

0.014Nitrate as N mg/L 99%1.74 0.028 1

0.125Sulfate mg/L 100%30.5 0.25 1

0.2Chloride mg/LM6L7J1AD D16.25106065  DUP, B30PN3 DUP 0.4 0.4 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Apr-15Date:

Parameter MDLUnitsBatch

Report No. : 65605

Result

WC0050SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.05Fluoride mg/LM6L7J1AD D0.1105106065  DUP, B30PN3 DUP 0.1 0.9 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.028Nitrate as N mg/LD3.74 0.056 0.5 2

0.25Sulfate mg/LD66.6 0.5 0.4 2

0.1Chloride mg/LM6L7W1AA U<0.1005106065  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

0.1Chloride mg/LM6L7W1AC 100%3.985106065  LCS, 0.2 1

0.025Fluoride mg/L 99%0.986 0.05 1

0.019Nitrite as N mg/L 91%0.693 0.038 1

0.014Nitrate as N mg/L 96%0.543 0.028 1

0.125Sulfate mg/L 98%4.90 0.25 1

7196_CR6
0.0015HEXCHROME mg/LM6L951AC 103%0.05135107014  MS, B30N51 0.004 1

0.0075HEXCHROME mg/LM6MAD1AC D0.5785107014  DUP, B30PY0 DUP 0.004 0.1 5

0.0015HEXCHROME mg/LM6MAJ1AA U<0.001505107014  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6MAJ1AC 105%0.2635107014  LCS, 0.004 1

7196_CR6
0.0015HEXCHROME mg/LM6MFF1AC 0.02655107036  DUP, B30H09 DUP 0.004 3.0 1

0.0015HEXCHROME mg/LM6MER1AC 97%0.04855107036  MS, B30N15 0.004 1

0.0015HEXCHROME mg/LM6MFG1AA U<0.001505107036  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6MFG1AC 107%0.2675107036  LCS, 0.004 1

300.0_ANIONS_IC
0.1Chloride mg/LM6MEM1AC 99%2.995107037  MS, B30N14 0.2 1

0.025Fluoride mg/L 93%0.188 0.05 1

0.019Nitrite as N mg/L 86%0.0670 0.038 1

0.014Nitrate as N mg/L 99%0.978 0.028 1

0.125Sulfate mg/L 100%14.7 0.25 1

0.2Chloride mg/LM6MEM1AD D5.835107037  DUP, B30N14 DUP 0.4 0.2 2

0.05Fluoride mg/LD0.225 0.1 0.4 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.028Nitrate as N mg/LD2.07 0.056 0.2 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Apr-15Date:

Parameter MDLUnitsBatch

Report No. : 65605

Result

WC0050SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.25Sulfate mg/LM6MEM1AD D31.65107037  DUP, B30N14 DUP 0.5 0.2 2

0.1Chloride mg/LM6MFH1AA U<0.1005107037  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

0.1Chloride mg/LM6MFH1AC 100%3.985107037  LCS, 0.2 1

0.025Fluoride mg/L 99%0.992 0.05 1

0.019Nitrite as N mg/L 93%0.707 0.038 1

0.014Nitrate as N mg/L 97%0.546 0.028 1

0.125Sulfate mg/L 98%4.92 0.25 1

300.0_ANIONS_IC
0.1Chloride mg/LM6ME41AC 100%11.65107038  MS, B30KF4 0.2 1

0.025Fluoride mg/L 95%0.199 0.05 1

0.019Nitrite as N mg/L 85%0.0650 0.038 1

0.014Nitrate as N mg/L 101%3.85 0.028 1

0.125Sulfate mg/L 100%24.1 0.25 1

0.2Chloride mg/LM6ME41AD D25.05107038  DUP, B30KF4 DUP 0.4 0.2 2

0.05Fluoride mg/LD0.241 0.1 0.0 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.028Nitrate as N mg/LD8.40 0.056 0.3 2

0.625Sulfate mg/LD131.0 1.25 0.1 5

0.1Chloride mg/LM6MFJ1AA U<0.1005107038  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

0.1Chloride mg/LM6MFJ1AC 99%3.965107038  LCS, 0.2 1

0.025Fluoride mg/L 98%0.982 0.05 1

0.019Nitrite as N mg/L 94%0.713 0.038 1

0.014Nitrate as N mg/L 96%0.543 0.028 1

0.125Sulfate mg/L 98%4.89 0.25 1

7196_CR6
0.0015HEXCHROME mg/LM6MM31AC 102%0.05105110052  MS, B306K3 0.004 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Apr-15Date:

Parameter MDLUnitsBatch

Report No. : 65605

Result

WC0055SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.0015HEXCHROME mg/LM6MNJ1AC B0.004005110052  DUP, B30MR0 DUP 0.004 7.2 1

0.0015HEXCHROME mg/LM6MNK1AA U<0.001505110052  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6MNK1AC 107%0.2675110052  LCS, 0.004 1

300.0_ANIONS_IC
0.1Chloride mg/LM6MM01AC 99%3.355111031  MS, B306K2 0.2 1

0.025Fluoride mg/L 95%0.234 0.05 1

0.019Nitrite as N mg/L 94%0.0720 0.038 1

0.014Nitrate as N mg/L 100%1.36 0.028 1

0.125Sulfate mg/L 101%19.4 0.25 1

0.2Chloride mg/LM6MM01AD D6.635111031  DUP, B306K2 DUP 0.4 0.3 2

0.05Fluoride mg/LD0.324 0.1 0.6 2

0.038Nitrite as N mg/LU D<0.0380 0.076 2

0.028Nitrate as N mg/LD2.90 0.056 0.3 2

0.25Sulfate mg/LD42.0 0.5 0.5 2

0.1Chloride mg/LM6MQ71AA U<0.1005111031  BLANK, 0.2 1

0.025Fluoride mg/LU<0.0250 0.05 1

0.019Nitrite as N mg/LU<0.0190 0.038 1

0.014Nitrate as N mg/LU<0.0140 0.028 1

0.125Sulfate mg/LU<0.125 0.25 1

0.1Chloride mg/LM6MQ71AC 99%3.965111031  LCS, 0.2 1

0.025Fluoride mg/L 98%0.978 0.05 1

0.019Nitrite as N mg/L 95%0.721 0.038 1

0.014Nitrate as N mg/L 96%0.542 0.028 1

0.125Sulfate mg/L 99%4.95 0.25 1

336No. of Results:

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
D Qual - The reported value is from a dilution 
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