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200-ZP-1 Phase III Pump and Treat System

Process Monitoring Field Screening Results
Advanced Data Copy, SAF B98-018/898-019

WATER ANALYSES AIR ANALYSES

Sample
Location

HEIS'

Number

Sampld
Analysis Date

Sample

Time

TCM

(uyL)

CCI4

(uyL)

TCE

(ug/L)

TCM

(ppmv)
CCI4

(ppmv)

TCE

(ppmv)

Post Tank T-02-01 BON3P8 10107l96 08:27 <2.0 <2.0 <2.0

Post Tank T-02-02 Duplicate BON3P9 10/07/98 08:27 <2.0 <2.0 <2.0

Post Valve V-01-01 BON3RO 10/07/98 08:30 <2.0 <2.0 <2.0

Effluent Filter B, F28-01 BON3R1 10l07/98 08:28 <2.0 <2.0 <2.0

Post Tank T-01-01 BON3R2 10/07/98 08:32 20 3300 6.9

Extraction Well #1 BON3R3 10/07/98 08:35 24 5700 8.2

Extraction Well #2 60N3114 10107/98 08:37 16 3800 12

Extraction Well #3
Extraction Well #4

BON3R5
B0N3R6

10/07/98
10/07/98

10:32
10:34

17
34

3400
5300

6.6
5.9

Extraction Well #5 BON3R7 10107l98 10:40 20 1500 5.8

Extraction Well #6
Post Chiller Air

BON3R8
BOPOT2

10/07/98

10/07/98

10:42
10:22

21

;

230 <2.0

`

<1.0 14 <2.0

Stack Effluent

Post Chiller Air
Stack Effluent

BOPOT3

BOPOT2
130POT3

10/07/98

10/07/98
70/07/98

1020

10:22
10:20

....:..:, .,...:: ...^:.:.. . . ....._^^>. ^:. ^. :.. _ . - ^ <1 A
< 1 0
1.0

<1.0

13
<1.0

<2.0

Not Analyzed For
Not Analyzed For

) `.

td

ri m
f7 ^

TCM = Chloroform, CCId = Carbontetrachloride, TCE = Trichloroethylene



DATA DELIVERABLE COVER SHEET

Date: Wednesday, October 21, 1998

Deliverable type (check one): Preliminary Test Results

X Final Data Deliverable

Sample authorization form number:

Attachments (check all that apply or n/a): Narrative Summary
X Test Results

Chains of Custody

Total number of pages (including cover sheet): 2 pages

Comments:

(Note: If Preliminary results were provided verbally, document Information
provided below Including Instrument used and results as communicated to
the project)
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Requires distribution to listed project personnel by Sample Management.



200-ZP-1 Phase III Pump and Treat System

Process Monitoring Field Saeening Results
Advanced Data Copy, SAF B98-016/B98-019

WATERANALYSES A/RANALYSES

Sempte

Location

HE/S

Number

Sample/

Anatysis Date

Sampte

Time

TCM

(ugdL)

CG,

lug/L/

TCE

lu¢L1

TCM

(ppmv)

CO,

(ppmvl

TCE

(ppmv/

Post Tank T-02-01 B0R623 10121/98 09:03 <2.0 <2.0 <2.0

Post Valve V-01-01 B0R625 10/21/98 09:32 <2.0 <2.0 <2.0

Post Valve V-01-02 Duplicate B0R627 10121/98 09:32 <2.0 <2.0 <2.0

Effluent Filter B, F2B-01 B0R629 10/21/98 09:17 <2.0 <2.0 <2.0

Post Tank T-01-01 B0R631 10/21/98 09:57 20 3500 7.2

Extraction Well #1 B0R633 10/21/98 10:09 24 5600 8.0

Extraction Well #2 B0R635 10/21/98 10:28 16 3900 12

Extraction Well #3 B0R637 10/21/98 12:08 17 3200 6.1

Extraction Well #4 B0R639 10/21/98 12:19 33 4800 5.1

Extraction Well #5 B0R641 10/21/98 12:47 20 1600 5.8

Extraction Well #6

Post Chiller Air

Stack Effluent

B0R643

B0R645

BOR647

10/21/98

10/21/98

10/21/98

12:59

10:40

10:45

21 210

. .._.: :..-.

<2.0

:^•:..:::-,:..,,;.::.:„„„

< 1.0 14 <2.0

< 1.0 < 1.0 <2.0

Post Chiller Air BOR645 10/21 /98 010:4 < 1.0 13 Not Analyzed For

Stack Effluent BOR647 10/21/98 10:45 <1.0 <1.0 Not Analyzed For

fyl ~ ^., J

. ,%

a. %

TCM = Chlorofonn. CCh = Carbontetrachloride, TCE = Trichloroethylene



DATA DELIVERABLE COVER SHEET

Date: Wednesday, December 30, 1998

Deliverable type (check one):

3

Preliminary Test Results

Final Data Deliverable

Sample authorization form number: Bqg- ()( q

Attachments (check all that apply or n/a):
3

Total number of pages (including cover sheet):

Narrative Summary

Test Results

Chains of Custody

-7:J pages

Comments:
(Note: If Preliminary results were provided verbally, document
information provided below including instrument used and results as
Communicated to the project)

2- tl-'&^tqy a^5v
Analyst Signature Date

Distribution: Sample Management - Doris Ayres 1-19- 03
Project (specify) None. Distributed electronically

distribution to



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 10/0

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CCl4
ug/L

TCE
ug/L

DlBlaak - 0730 Water MAB 1220 <2.0 <2.0 <2.0 hsOI2.d

l00ug/I.
Cal. check -- 0800 Water MAB 1231

9
99•/.

,(Q3
103•/.

22
99•/.

lu013.d; Acceptable recover.

DIBlank 0730 Water MAB 1242 <2.0 <2.0 <2.0 ht014.d

2-T2-01 BON3P8 0827 Water MAB 1316 <2.0 <2.0 <2.0 hs017.d;

Z-T2-02 B0N3P9 0827 Water MAB 1327 Q.0 <2.0 <2.0 hs018.d;

Z-VI-01 BON3RO 0830 Water MAB 1338 <2.0 <2.0 <2.0 1u9019.d

1rFB2-01 BON3R1 0828 Water MAB 1349 Q..0 Q.0 Q.0 ba020.d

ZT1-01 BON3R2 0832 Water MAB 1400 20 3261 6.9 Iu021.d

ZW1-01 BON3R3 0835 Water MAB 1411 24 5699 8.2 Iu022.d

ZW2.01 B0N3R4 0837 Water MAB 1422 16 3795 12 1is023.d

Z.W3-01 BON3R5 1032 Water MAB 1433 17 3379 6.6 Fu024.d; Taken @ manifold b:

Z-W4-0l B0N3R6 1034 Water MAB 1444 34 5295 5.9 h9025.d; Taken (Qa manifoldb'

ZW5.01 B0N3R7 1040 Water Iv1AB 1455 20 1490 5.8 h+026.d; Taken r manifold bl

z-W6-0l B0N3R8 1042 Water MAB 1506 21 230 -12.0 b9027.d; Takea @ manifold bi

DIBlank - 0730 Water MAB 1518 <2.0 <2.0 <2.0 hsQ28.d

3000ug/L
Cal, cbeck - 1500 Water MAB 1529

Z.$41
99%

=
78%

241.Q
88% hs029.d; Acceptable tecoverie

DIBlank

laok

--

-

0730

-

Water

ir

MAB

v1AB

1540

«.

103

<2.0

PPm

<1.0

<2.0

PPm

<1.0

4.0

Ppm

2.4

hs030.d

,;N: «;,^

B&K 1301

25.5 ppm
Cal. check

_ - Air MAB 1107 <l.0 jr§,Q
106Y.

<L.0 B&K 1301
Acceptable recovery.

ZA3-01 BOPOT3

ga

1111 <I.0 <I.0 Q.0 B&K 1301

^A2-01 BOPOT2 1115 <1.0 13.6 <2.0 B&K 1301

Blank 1119 <1.0 <1.0 <2.0 B&K 1301

For instrument operation information, please refer to logbook EL-1329-1, page 56



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Ouarterlv Samolia¢

Analytical
Sample HEIS Sample Sample Sampler Results
Number Number Time Type (Iuitials) Analvsis

Time

Date: 10/21/98

Comments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0805 Water MAB 1056 <2.0 Q.0 <2.0 hs012.d

100ug/L
Cal. check - 0835 Water MAB 1107

jU
102%

24
94Y.

jQQ
100•/.

b9013.d; Acceptable recoveries.

DIBlank - 0805 Water MAB 1118 <2.0 <2.0 42.0 hs014.d

Z-T2-0l B0R623 0903 Water MAB 1151 CO <2.0 <2.0 1u017.d;

7,Vi-01 B0R625 0917 Water MAB 1202 <2.0 <2.0 <2.0 hsO1S.d

2rV1-02 301(627 0932 Water MAB 1213 <2.0 <2.0 <2.0 hs019.d

LFB2-01 B0R629 0932 Water MAB 1224 <2.0 Q.0 Q.0 bs020.d

ZIT1.01 30R631 0957 Water MAB 1235 20 3536 7.2 h9021.d

LW1-01 BOR633 1009 Water MAB 1246 24 5593 8.0 hs022.d

Z-W2-01 BOR635 1028 Water MAB 1257 16 3906 12 h9023.d

LW3-01 BOR637 1208 Wata MAB 1319 17 3208 6.1 hs024.d; Takea (a) maaifold bldg.

2rW4-01 B0R639 1219 Water MAB 1329 33 4789 5.1 hs025.d; Taken Q manifold bldg.

L-W5-0l BOR641 1247 Water MAB 1341 20 1587 5.8 hs026.d; Takat (a maaifold bldg.

^W6-01 B0R643 1259 Water MAB 1352 21 209 CO hs027.d; Taken @ manifold bldg.

DIBleak - OSOS Water MAB 1403 <2.0 <2.0 <2.0 1u028.d

3000ug/L
Cal. check - 1335 Water MAB 1414

3.4.$^
99•l.

^
947.

132Z
98% hs029.d; Acceptable recoveries

DIB1ailc

Blank

-

-

0505

-

Water

Air

MAB

MAB

1425

1323

<2.0

ppm

<1.0

Q.0

ppm

<1.0

<2.0

ppm

2.4

bs030.d

B&K 1301

25.5 ppm
Cal. check

- - Air MAB 1327 <1.0
107/.

Q 0 B&K 1301
Acceptable recovery.

7,A3.-01 BOR647 1040 Air MAB 1331 <1.0 <1.0 CO B&1C 1301

LA2-01 B0R645 1045 Air MAB 1335 <1.0 14.1 CO BR.K 1301

Blsnk - - Air MAB 1339 <1.0 <1.0 <2.0 B&K 1301

For instrument operation information, please refer to logbook EL-1329-1,.page 58

I - lnt



-"- - MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 9/09198

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0720 Water MAB 0954 CO CO CO hs012.d

l0oug/!
Cal. check - 0740 Water MAB 1005

10
100•/.

10
105•/.

]Qf
105•/.

hs013.d; Acceptable recoveries.

DI Blank - 0720 Water MAB 1016 CO CO <2.0 hs014.d

Z-T2-01 BON3M6 0806 Water MAB 1050 Q.0 <2.0 <2.0 hs017.d;

Z-V1-01 BON3M7 0811 Water MAB 1101 Q.0 Q.0 Q.0 hs018.d

Z-FB2-01 BON3M8 0808 Water MAB 1112 <2.0 CO Q.0 hs019.d

Z-Tl-01 B0N3M9 0813 Water MAB 1123 22 3816 7.6 hsO2O.d

Z-WI-01 B0N3N0 0815 Water MAB 1134 27 6856 10 hsO2l.d

Z-W2-01 BON3N1 0817 Water MAB 1145 17 4364 14 ba022.d

Z-W3-01 BON3N2 0833 Water MAB 1156 18 3787 7.1 hs023.d; Taken @ manifold bldg.

Z-W4-01 BON3N3 0835 Water MAB 1207 37 6155 6.5 hs024.d; Taken @ manifold bldg.

Z-W5-01 B0N3N4 0842 Water MAB 1218 21 1630 6.0 hs025.d; Taken @ manifold bldg.

Z-W5-02 B0N3N5 0842 Water MAB 1230 22 1724 6.5 hs026.d; Taken (al manifold bldg.

Z-W6-01 BON3N6 0844 Water MAB 1241 23 261 Q.0 hs027.d; Taken Q manifold bldg.

DI Blank - 0720 Water MAB 1252 Q.0 Q.0 <2.0 hs028.d

3000ug/L
Cal. check - 1200 Water MAB 1303

I44.4
102%

2212
97•/.

2227
100% hs029.d; Acceptable recoveries

DI Blank

.. .

5 Biru

-

::?;..

9

0720

BE

-

Water

EN

Air

MAB

MAB

1314

0911

Q.0

PPm

<1.0

Q.0

PPm

<1.0

Q.0

ppm

2.4

hs030.d

,.:;...n.,. ,^

BR.K 1301

^6 ppm
Cal. check

- - Air MAB 0915 <1.0

J!

j]^
-99y.1

Q.0
Wqkj

B&K 1301
Acceptable recovery.

Z-A3-01 BOPOR9 0818 Air MAB 0919 <1.0 <1.0 <2.0 B&K 1301

ZrA2-0I BOPORS 0820 Air MAB 0923 <1.0 14.8 <2.0 B&K 1301

Blank - - Air MAB 0927 <1.0 <1.0 <2.0 B&K 1301

For insuument operation information, please refer to logbook EL-1329-1, page 53



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 9/24/9s

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DIBlank - 0650 Water MAB 0924 CO <2.0 Q.0 hs012.d

100ug/L
Cal. check - 0715 Water MAB 1020

194
104•/.

].QQ
109%

22
97V.

hs017.d; Acceptable rewveries.

DIBlaok - 0650 Water MAB 1031 Q.0 <2.0 <2.0 hs0l8.d

Z-T2-01 BON3N7 0737 Water MAB 1042 <2.0 <2.0 <2.0 h9019.d;

Z-V1-01 B0N3N8 0741 Water MAB 1053 <2.0 Q..O <2.0 hs020.d

Z-FB2-01 B0N3N9 0738 Water MAB 1104 Q.0 Q.0 Q.0 bs021.d

- Z-T1-01 30N3P0 0744 Water MAB 1137 22 4006 8.0 hs024.d

Z-W1-01 BON3P1 0746 Water MAB 1148 27 6832 9.8 bs025.d

Z-W2-01 BON3P2 0748 Water MAB 1200 17 4662 14 hs026.d

Z-W3-0I B0N3P3 0806 Water MAB 1211 19 4250 7.9 hs027.d; Taken @ manifold bldg.

Z-W4-01 BON3P4 0808 Water IvfAB 1222 37 6447 6.4 hs028.d; Taken @ manifold bldg.

Z-W5-01 BON3P5 0813 Water MAB 1233 22 1901 6.8 hs029.d; Taken Q manifold bldg.

ZW6-01 B0N3P6 0815 Water MAB 1244 24 317 <2.0 hs030.d; Taken @ manifold bldg.

--- Z•W6-02 B0N3P7 0815 Water MAB 1255 24 300 <2.0 hs031.d: Taken @ manifold bldg.

-- DlBlank - 0650 Water MAB 1306 CO CO Q.0 hs032.d

3000u8/L
Cal. check -- 1230 Water MAB 1317 100Y.

^Q
89•/. 93% hs033.d; Acceptable recoveries

-

----

-

DlBlank

lank

-

-

0650

.:..h,.,,,...

-

Water

ir

MAB

AB

1328

053

<2.0

ppm

<1.0

<2.0

PPm

<1.0

CO

ppm

2.4

hs034.d

"
,, ^x.... _ ^.^, . ,

B&K 1301

25.5 ppm
Cal. check

` - Air tiIAB 1057 <1.0 jZj
106Y.

<2.0 B&K 1301
Acceptable recovery.

Z-A3-01 B0P0R9 0749 A'u MAB 1101 <1.0 <1.0 <2.0 B&.K 1301

Z-A2-0I BOP0R8 0751 Air MAB 1105 <1.0 13.5 Q.0 B&K 1301

Blank - - Air MAB 1109 <1.0 <1.0 Q.0 B&K 1301

For instrument operation information, please refer to logbook EL-1329-1, page 54
' - ^ ; -

^^ ^l '• i i I, ^ I i ^„ ,



MOBILE LABORATORY DATAILOG SHEET

Site Name: 200-ZP-1 Phase 111 Date: 7/29/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0710 Water MAB 0944 <2.0 <2.0 <2.0 hsOl2.d

IOpugq,

Cal. check - 0730 Water MAB 0955
97

97Y.
79

79•/.
$¢

86%

ha0I3.d;Acceptable recoveries.

DI Blank - 0710 Water MAB 1007 <2.0 <2.0 <2.0 hs0l4.d

Z-T2-01 B0N3J3 1130 Water MAB 1152 Q.0 <2.0 Q.0 hs023.d;

Z-V1-01 B0N3J4 1135 Water MAB 1203 <2.0 <2.0 <2.0 hs024.d

ZrFB2-01 BON3J5 1131 Water MAB 1214 <2.0 <2.0 <2.0 bs025.d

Z-T1-01 BON3J6 1139 Water MAB 1226 21 3396 6.5 hs026.d

LW1-01 B0N317 1142 Water MAB 1237 24 5920 8.1 hs027.d

Z-W2-01 B0N3J8 1146 Water MAB 1248 15 3812 11 h9028.d

Z-W2-02 B014319 1146 Weter MAB 1300 15 3875 12 hs029.d

Z-W3-01 BON3KO 1201 Water MAB 1311 17 3546 5.5 hs030.d; Taken (a3 maaifold bldg.

Z-W4-0I BON3K1 1203 Water MAB 1323 35 5760 5.5 hs031.d; Taken Q manifold bidg.

Z-W5-01 BON3K2 1210 Water MAB 1334 21 1804 6.9 hs032.d; Taken ® manifold bldg.

Z-W6-01 BON3K3 1212 Water MAB 1346 21 211 <2.0 hs0334 Taken (a) manifold bldg.

DI Blank - 0710 Water MAB 1357 <2.0 Q.0 Q.0 h9034.d

3000agit
Cal. check - 1310 Water MAB 1409

3114
102•/.

2$Pl
96•/.

2Y24
100•/. h1035.d; Acceptable recoveries

- DI Blank

Blank

-

-

0710

-

Wafa

Air

IW\B

MAB

1420 Q.0

ppm

<1.0

Q.0

ppm

<1.0

<2.0

ppm

Q.0

hs036.d

B&K 1301

27.6 ppm
Cal. check

- - pir h,l,yB

_

<1.0 j,$
101Y.

Q.0 B&K 1301
Acceptable recoverv.

Z-A3-01 BOPOR3 1148 A'v MAB <1.0 <1.0 Q.0 B&K 1301

Z-A2-01 BOPOR2 1149 Air MAB 1345 <1.0 16.0 <2.0 B&K 1301

L
Blank - - Air MAB 1349 <1.0 <1.0 <2.0 B&K 1301

For instrument operation information, please refer to logbook EL-1329-1, page 46

, / I I -, / cl•(.." l^L ! t' j fl. L . I)L ^ L I LL (- i y-^rt jb



MOBILE LABORATORY DATA/LOG SB:EET

Site Name: 200-ZP-l Phase III Date: 8/13/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0655 Water MAB 0928 Q.0 Q.0 Q.0 hs012.d

100ug/L
Cal. check - 0715 Water MAB 1024

jQQ
109%

]j,l
121•/.

],U
105•/.

hs017.d; Acceptable recoveries.

DIBlank - 0655 Water MAB 1035 Q.0 Q.0 <2.0 hs018.d

Z-T2-01 BON3K4 0812 Water MAB 1046 Q.0 Q.0 Q.0 hs019.d;

2'rVl-01 BON3K5 0817 Water MAB 1057 <2.0 <2.0 <2.0 hs020.d

ZFB2-01 B0N3K6 0813 Water MAB 1108 Q.0 2.0 <2.0 hs021.d

2-T1-0 I 801431(7 0818 Water MAB 1120 23 3901 7.8 hs022.d

Z-WI-01 801431(8 0820 Water MAB 1131 27 6320 9.2 hs023.d

Z-W2.01 80N31(9 0822 Water MAB 1142 17 4095 13 hs024.d

LW3-01 B0N310 0837 Water MAB 1153 18 3744 6.3 hs025.d; Taken (a) manifold bldg.

Z-W3-02 BON3L1 0837 Water MAB 1205 18 3807 6.7 hs026.d; Takea Q manifold bldg.

2rW4-01 BON3L2 0839 Water MAB 1216 38 6183 6.1 hs027.d; Taken @ manifold bldg.

LW5-0l BON3L3 0846 Water MAB 1227 23 -1930 7.2 hs028.d; Taken (a) manifold bldg.

2rW6-01 BON31,4 0848 Water MAB 1239 24 244 Q.0 bso29.d; Taken @ manifold bldg.

DI Blank - 0655 Water MAB 1250 Q,0 Q.0 2.0 hs030.d

30DOu8/L
Cal. check - 1215 Water MAB 1301

Z4Zi
99•.

7^Z12
91%

2€4l
95% hv03l.d Acceptable recoveries

DlBlaak - 0655 Water MAB 1313 Q.0 Q.0 Q.0 hs032.d

ppm ppm ppm :

Blank - - Air MAB 0916 <1.0 <1.0 2.4 BdeK 1301

27.6 ppm
Cal. check

Air MAB 0920 <1.0
100•.

<2.0 BecK 1301
Acceptable recovery.

Z A3-0I BOPOR5 0825 Air MAB 0924 <I.0 <I.0 Q.0 B&K 1301

LA2-01 BOPOR4 0826 Air MAB 0928 <1.0 15.4 <2.0 B&K 1301

Blank - - Air MAB 0932 <1.0 <L0 <2.0 B&K 1301

For instrument operation information, please refer to logbook EL-1329-1, page 48



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase IIl Date: 8/26/98

Sample
Number

BEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Aualvtical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DIBlank - 0625 Water RTC 0846 CO CO CO hs012.d

10oug/L
Cal. check - 0630 Water RTC 0909

jQ$
108%

jj¢
116•/.

jQf
105•/.

hs013.d; Acceptable recoveries.

DI Blank - 0625 Water RTC 0920 Q.0 Q.0 <2.0 hs014.d

ZT2-0l B0N3L5 0830 Water RTC 0954 <2.0 <2.0 Q.0 hs019.d;

Z-VI-01 BON3L6 0839 Water RTC 1005 <2.0 CO <2.0 hs020.d

Z-FB2-01 BON3L7 0855 Water RTC 1016 <2.0 Q.0 CO hs021.d

Z-TI-01 BON3L8 0835 Water RTC 1027 20 3562 6.8 hs022.d

Z.WI-01 BON3L9 0844 Water RTC 1038 26 5845 8.0 hs023.d

Z-W2-01 BON3M0 0848 Water RTC 1049 15 3579 11 hs024.d

ZW3-01 BON3M1 0913 Water RTC 1100 15 2762 5.2 hs025.d; Taken ® manifold bldg.

Z-W4-01 B0N3M2 0910 Water RTC 1111 33 4772 5.2 hs026.d; Taken @ manifold bldg.

Z-W4-02 B0N3M3 0910 Water RTC 1122 32 4775 5.2 hs027.d; Taken Q manifold bldg.

ZrW5-01 BON3M4 0903 Water RTC 1133 21 1617 6.9 hs02S.d; Taken (gl nunifold bldg.

ZrW6-01 BON3M5 0900 Water RTC 1144 21 225 <2.0 hs029.d; Taken (il, manifold bld8.

DlBlank - 0625 Water RTC 1420 Q.0 Q.0 Q.0 hs043.d

2500up/L
Cal. check - 0630 Water RTC 1513

j^(

103Y.

j^
98•/.

jg}}
97% hs044.d; Acceptable recoveries

DIBlenk

s o£

- 0625 Wata

Air

RTC

RTC

1524

1342

Q.0

PPm

<1.0

Q.0

PPm

<1.0

Q.0

PPm

Q.0

h3045.d

B&K 1301

2-'M ppm
Cal. check

- - Air RTC 1350 <1.0

l00

CO B.t:K 1301
Acceptable recovery.

LA3-01 BOPOR6 0850 Air RTC 1354 <I.0 <1.0 Q.0 B&K 1301

Z-A2-01 BOPOR7 0852 Air RTC 1358 <1.0 15.3 Q.0 Bd;.K 1301

Blank - - Air RTC 1402 <1.0 <1.0 <2.0 BR.K 1301

For instnunent opetation infotmation, piease refer to logbook EL-I329-1, page 49

-,r!



- --S-ite Name: 200-ZP-1 Phase III

MOBILE LABORATORY DATA/LOG SHEET

Date: 7/0

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
upfL

CC14
ugfL

TCE
ug/L

D1 Blaok - 0647 Water MAB 0918 <2.0 <2.0 <2.0 bs012.d

100ug/L
Cal. check - 0710 Water MAB 0929 83Y.

11

QQ
90•/.

$$
88Y.

hs013.d; Acceptable recover

DlBlaok - 0647 Water MAB 0940 Q.0 Q.0 <2.0 LsOl4.d

Z-T2-01 BON3F1 0722 Water MAB 1013 <2.0 Q.0 <2.0 hs0l7.d;

Z•Vl-01 BON3F2 0727 Water MAB 1024 <2.0 Q.0 <2.0 hs0l8.d

Z-FB2-0I BON3F3 0724 Water MAB 1035 <2.0 Q,0 <2.0 hs019.d

1-TI-0I BON3F4 0730 Water MAB 1047 22 3913 7.5 hs020.d

LTl-02 BON3F5 0730 Waeer MAB 1058 21 3817 7.2 hs021.d

Z-Wl-01 BON3F6 0732 Water MAB 1109 27 6303 9.3 hs022.d

Z-W2-0I BON3F7 0734 Water MAB 1120 16 4238 13 b8023.d

ZW3-01 BON3F8 0749 Water MAB 1131 18 3894 6.3 ha024.d; Takea Qa nwnifold bl

Z-W4-0I B0N3F9 0751 Water MAB 1142 38 6374 6.1 bs025.d; Taken (a) manifold bl-

Z-W5-01 BON3HO 0757 Water MAB 1154 22 2026 7.6 hs026.d; Taken @ manifold b1L

7,W6-01 B0N3Hi 0759 Water MAB 1205 24 264 Q.0 hs027.d; Taken @ manifold blL

DI Blank -- 0647 Water MAB 1216 Q.0 <2.0 Q.0 hs028.d

3000ug/L
Cal. check - 1150 Water 1vfAB 1227 101Y.

2$L7
96Y.

2Q¢^
99% hs029.d; Acceptable recoverie^

DI Blank

Blank

--

-

0647

--

Water

Air

MAB

MAB

1239

0818

<2.0

ppm

<I.0

<2.0

ppm

<1.0

<2.0

PPm

Q.0

hs030.d

B&K 1301

27.6 ppm
Cal. check

^ - Air MpB 0822 <1.0 JJ,$
101%

Q.0 B&K 1301
Acceptable recovery.

Z-A3-01 BOPOP8 0737 Air MAB 0826 <1.0 <1.0 <2.0 B&K 1301

Z,A2-01 BOPOP7 0738 Air MAB 0830 <1.0 18.7 Q.0 B&K 1301

T-0 1 GAC Inf BOPOP9 0740 Air MAB 0834 <1.0 11.2 Q.0 B&K 1301

Blank - Air 1v1AB 0838 <1.0 <I.0 Q.0 B&K 1301

For instrument operation information, please refer to logbook EL-1329-1, page 41

. , 1



-MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 7/15/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0647 Water MAB 0924 Q.0 Q.0 <2.0 hs012.d

100ug/L
Cal. check - 0708 Water MAB 0935

IQj
102Y.

jl,}
113Y.

]Q}
103Y.

hs013.d; Acceptable recoveries.

DI Blank - 0647 Water MAB 0946 <2.0 <2.0 Q.0 hs014.d

Z-T2-01 B0N3H2 0753 Water MAB 1020 <2.0 Q.0 Q.0 hs017.d;

Z-VI-01 BON3H3 0821 Water MAB 1031 a.0 <2.0 <2.0 hs018.d

Z-FB2-01 BON3H4 0810 Water MAB 1042 Q.0 Q.0 <2.0 hs019.d

Z•T1-01 BON3H5 0836 Water MAB 1053 21 3667 7.1 hsO2O.d

ZWI-01 B0N3H6 0852 Water MAB 1104 24 5614 8.4 1s0214

Z-Wl-02 B0N3H7 0852 Water MAB 1115 26 6128 9.3 hs022.d

Z-W2-01 B0N3H8 0914 Water MAB 1126 15 3769 12 hs023.d

Z-W3-0I B0N3H9 1000 Water MAB 1137 17 3816 6.2 hs024.d; Taken (a1 manifold bldg.

Z-W4-01 BON3J0 1020 Water bfAB 1148 35 5855 5.1 h9025.d; Taken Qa manifold bldg.

Z-W5-01 BON3J1 1040 Water MAB 1200 20 1564 6.0 ha026.d; Taken @ manifold bldg.

Z-W6-01 B0N3J2 1055 Water MAB 1211 22 243 Q•0 hs027.d; Taken @ manifold bldg.

DI Blank - 0647 Water MAB 1222 CO Q.0 Q.0 hs028.d

3000ug/L
Cal. check - 1200 Water MAB 1233

2Q3,1
98%

j¢3j
88•/.

IZ'j,^
93% h9029.d; Acceptable recoveries

DIBlaok

Blank

-

-

0647

M

-

Water

MI

Air

MAB

MAB

1244

1126

'CO

PPm

<1.0

<2.0

ppm

<1.0

Q.0

PPm

<2.0

hsO3O.d

MERIMM

B&K 1301

27.6 ppm
Cal. check

- - Air MAB 1130 <1.0 j'j,,$
101•/.

<2.0 B&1K 1301
Acceptable recovery.

Z-A3-01 BOPORI 0918 Air MAB 1134 <1.0 <1.0 <2.0 B&K 1301

Z-A2-01 BOPORO 0920 Air MAB 1138 <1.0 16.8 <2.0 B&K 1301

Blank - - Air MAB 1142 <I.0 <1.0 Q.0 B&K 1301

For instrument operation information, please refer to logbook EL-1329-1, page 43

^ , .. . _
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MOBII,E LABORATORYDATAlLOG SHEET

Site Name: 200-ZP-1 Phase III Date: 6/04/98

Sample
Number

HEIS

I

Sample

I

Sample

I

Sampler
Number Time Type (Initials) Analvsis

TimeI Comments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DlBlank - 0705 Water MAB 0939 Q..0 <2.0 Q.0 hsOl2.d

100ug/l,

Cal. check - 0735 Water MAB 0950
22

97•/.
97
97%

9^
98•/.

hs013.d; Acceptable recoveries.

DI Blank - 0705 Water MAB 1001 Q.0 <2.0 Q.0 hs014.d

Z-T2-01 B0N389 0746 Water MAB 1034 <2.0 <2.0 Q.0 bs017.d;

Z-VI-01 BON3CO 0752 Water MAB 1045 a.0 <2.0 <2.0 hs0l8.d

Z-VI-02 B0N3C1 0752 Water MAB 1056 <2.0 <2.0 <2.0 bs019.d

ZrFB2-01 BON3C2 0749 Water MAB 1107 Q..0 Q.0 Q.0 hsO2O.d

Z-Tl-01 B0143C3 0755 Water MAB 1118 23 4023 8,2 bs021.d

7,W1-01 B0143C4 0757 Water MAB 1129 30 7044 10 h90224

Z-W2-01 BON3C5 0759 Water MAB 1140 18 4307 14 1is0234

Z-W3-01 BON3C6 0811 Water MAB 1151 19 3960 6.4 ha024.d; Taken @ manifold bldg.

Z-W4-01 BON3C7 0813 Water MAB 1202 41 7350 6.5 h9025.d; Taken @ maaifold bldg.

Z-W5-01 BON3C8 0818 Water MAB 1213 24 1951 7.9 hs026.d; Taken Q maaifold bldg.

Z-W6-01 BON3C9 0820 Water MAB 1224 23 259 <2.0 h9027.d; Taken @ manifold bldg.

DI Blank 0705 Water MAB 1235 Q.0 Q.0 <2.0 ba028.d

30ooug/L
Cal. check - 1200 Water MAB 1246

M
101Y.

Z$31
94V.

?43f
98•/. 1m029.d; F.cceptabletecoveaies

DI Blank

Blank

-

-

0705

-

Water

Air

MAB

MAB

1257

0842

Q,0

PPm

<1.0

CO

ppm

<1.0

CO

pPm

2.39

hs030.d

B&K 1301

27.6 ppm
Cal. check

Air hyyB 0846 <1.0 jj,,Q
101%

2.30 88cK 1301
Acceptable recovery.

Z•A3-01 BOMBT2 0800 Air MAB 0850 <1.0 <1.0 2.40 81K 1301

Z-A2-01 80MBT1 0801 Air MAB 0854 <1.0 15.7 CO BdcK 1301

Blank - - Air MAB 0858 <1.0 <1.0 2.79 B&.K 1301

For insmunent operation information. please refer to logbook EL-1329-1, page 36

Analytical
Results



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 6/18/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DIBlank - 0710 Water MAB 1038 Q.0 Q.0 Q.0 hs012.d

_ 10oug/L
Cal. check - 0745 Water MAB 1049

Q$
98•/.

1L4
114•/.

]Q}
103•/.

hs0l3.d; Acceptable recoveries.

DI Blank - 0710 Water MAB 1100 <2.0 Q.0 Q.0 hs0l4.d

ZT2-01 BON3D0 0801 Water MAB 1133 <2.0 <2.0 <2.0 hs0l7.d;

2'rV1-01 B0N3D1 0808 Water MAB 1144 <2.0 <2.0 <2.0 hs018.d

Z-FB2-01 B0N3D2 0804 Water MAB 1155 Q.0 Q.0 <2.0 bs019.d

LF82-02 BON3D3 0804 Water MAB 1206 Q.0 Q.0 Q.0 h9020.d

ZT1-01 BON3D4 0810 Water MAB 1217 22 3548 7.5 h9021.d

LW1-01 BON3D5 0812 Water MAB 1228 28 6436 10 hs022.d

LW2-01 BON3D4 0814 Water MAB 1239 16 3658 13 hs023.d

2rW3-01 BON3D7 0828 Water MAB 1250 17 3376 6.0 hsD24.d; Taken @ manifold bldg.

Z-W4-01 B0N3D8 0830 Water 1viAB 1301 38 6068 5.9 hs025.d; Taken @ manifold bldg.

Z-W5-01 BON3D9 0836 Water ;vfAB 1312 23 1787 7.3 hs026.d; Taken @ manifold bldg.

Z-W6-01 BON3FO 0838 Water MAB 1323 23 246 Q.0 hs027.d; Taken @ manifold bldg.

- DI Blank - 0710 Water MAB 1334 Q,0 Q.0 Q.0 hs028.d

- 3000t8/L
Cal. check - 1300 Water MAB 1345 96%

In
jM83•. M90•. tu029.d Acceptable recoveries

DI Blaak - 0710 Water MAB
,:;;.$..x... .

1356

_-

Q.0

ppm

Q.0

PPm

---
a.o

PPm

__-
hsO3O.d

Blank - - Air MAB 0912 <1.0 <1,0 2.39 B&K 1301

27.6 ppm
Cal. check

Air MAB 0916 <1.0 jj,Z
100•G

2.30 B&K 1301 - -
Acceptable recover,v.

LA3-01 BOPOP6 0817 Av MAB 0920i I <1 . 0 I <1 0 2.40T B&K 1301

Z-A2-01 BOPOP5
1

0818 Air MAB
-- ji

0924 <1.0

_
16.1 CO B&K 1301

Hlank - -

_

Alr MAB 0928
^

..._---
<I.0 <1.0 2.79 B&K 1301

-- - -

For instrument operation information, please refer to logbook EL-1329-1, page 38



MOBII,E LABORATORY DATAILOG SHEET

Site Name: 200-ZP-1 Phase III;

Analytical
Sample HELS Sample Sample Sampler Results
Number Number Time Type (Initials) Analysis

Time

DIBlank - 0640 Water MAB 0913

t00ug1L
Cal. check - 0700 Water MAB 0924

DIBlank - 0640 Water MAB 0935

Z-T2.01 80N365 0717 Water MAB 1008

LVI-01 80N366 0723 Water MAB 1019

Z-FB2-01 BON367 0719 Water MAB 1030

ZrTI-01 BON368 0725 Water MAB 1041

ZfWI-01 8014369 0727 Water MAB 1052

Z-W2-01 80N370 0729 Water MAB 1103

1W3-01 BON371 0746 Water MAB 1114

Z.W4-01 BON372 0748 Water MAB 1126

Z-W4-02 BON373 0748 Water MAB 1137

Z-W5-01 BON374 0755 Water MAB 1148

7,W6-01 80N375 0757 Weter MAB 1159

DI Blank - 0640 Water MAB 1210

3000uglL
Cal. check -- 1220 Water MAB 1305

DIBlank -- 0640 Water MAB 1315

Comments

TCM
ug/L

CC14
ug/L

TCE
uglL

<2.0 Q.0 Q.0 bs012.d

jQ}
103% 110Y. 102Y.

ha013.d;Acceptablerewveries.

a.0 Q.0 Q.0 hs014.d

Q.0 <2.0 Q.0 ha017.d;

Q.0 <2.0 Q.0 hs018.d

<2.0 Q„0 <2.0 tu0l9.d

23 3642 7.7 h1020.d

29 6117 10 hs021.d

17 3778 13 1u022.d

19 3818 6.4 hs023.d; Taken ® manifold bldg.

42 6617 6.2 hs024.d; Taken @ manifold bldg.

40 6256 5.0 bs025.d; Taken Qa manifold bld8.

24 1934 8.4 tu026.d; Taken @ mauifold bldg.

23 219 Q•0 tu027.d; Taken Q manifold bldg.

<2.0 Q.0 <2.0 ha028.d

0_7
98'/.

?222
93%

1$52
95•/. 1u033.d; Acceptable recoveries

Q.0

ppm

Q.0

PPm

Q.0

PPm

h9034.d

Blank Air MAB 0814 <I.0 <1.0 <2.0 BkK 1301

27.6 ppm
Cal. check

Air MAB 0818 <1.0
101%

Q.0 B&K 1301
Acceptable recovery.

Z-A3-01 BOMBR4 0731 Air MAH 0822 <) .0 <1.0 <2.0 B&K 1301

Z-A2-01 30M33R3 0732 Air MAB 0826 <1.0 16.6 <2.0 B&K 1301

Blank - - Air MAH 0830 <1.0 <1.0 <2.0 B&K 1301

For insaument operation information, please refer to logbook EL-1329-1, page 27

.

Date: 4122l98



MOBILE LABORATORY DATA/LOG SH'EET

Site Name: 200-ZP-1 Phase III Date: 4129/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DIBlank - 0815 Water MAB 1039 <2.0 <2.0 Q.0 hs012.d

1o0u81L
Cal. check - 0835 Water MAB 1050

gj
81Y.

j.jQ
110%

9_7
97•/.

hs013.d;Accepmblerewveties.

DI Blank - 0815 Water MAB 1101 Q.0 <2.0 <2.0 hs0l4.d

Z-72-01 BON376 0850 Wata MAB 1134 Q.0 <2.0 Q.0 tu0l7.d;

ZVl-01 B0N377 0856 Water MAB 1145 Q.0 <2.0 <2.0 hc018.d

Z-FB2-01 B0N378 0852 Water MAB 1156 <2.0 <2.0 Q.0 hs019.d

299-W11-30 BONDTO 1052 Water MAB 1251 8.9 108 2.3 ht024.d;4/23/98

ZrTI-01 B0N379 0858 Water MAB 1302 22 4201 7.8 bs025.d

7,WI-01 80N380 0900 Water MAB 1312 26 6544 9.7 hs026.d

Z-W2-01 BON381 0902 Water MAB 1323 16 4299 13 hs027.d

Z-W3-01 BON382 0919 Water MAB 1334 18 4047 6.1 ha028.d, Taken @ manifold bidg.

Z.W4-01 B0N383 0921 Water MAB 1345 37 7095 5.9 ha029.d; Taken (dj manifold bldg.

Z-W5-01 BON384 0927 Water MAB 1356 23 2126 7.9 Iu030.d; Taken @ manifold bldg.

7.-W5-02 BON385 0927 Water MAB 1407 22 2027 7.7 1u031.d; Taken (1a manifold bldg.

UW6-01 B0N386 0929 Water MAB 1418 21 236 <2.0 h9032.d; Taken (a) manifold bldg.

DlBlank - 0815 Water MAB 1429 Q,0 Q.0 Q.0 bs033.d

3000"g/L
Cal. check - 1400 Water MAB 1440

2473
99/.•

2735
•92%

2$32
•95% ba034.d; Acceptable recoveries

DI Blaok

Bleak

-

-

0815

-

Water

Air

IrfAB

MAB

1451

0943

Q.0

ppm

<1.0

Q.0

ppm

<1.0

<2.0

ppm

Q.0

ha035.d

B&K 1301

27.6 ppm
Cal. check

` - Air MAB 0947 <1.0 ^$4
103•h

<2.0 B&K 1301
Aeeeptable reeovery.

Z-A3-01 BO1aR6 0905 Air MAB 0951 <1.0 <1.0 Q.0 BkK 1301

ZA2-0I BOMBR5 0906 Air MAB 0955 <1.0 16.7 <2.0 B&K 1301

Blank - - Air MAB 0959 <2.0 B&K 1301

For instttunent operation information, please refet to logbook EL-1329-1, page 29

1' I /I



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 5/06/!

Sample
Number

IiEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DIBlaak - 0645 Water MAB 0912 <2.0 CO CO hs012.d

-
l00ug/L

Cal. check - 0710 Water MAB 0923
91

93Y.
Q¢

96•/.
23

93Y.
1u013.d; Acceptable recoverie

DIBlank - 0645 Water MAB 0934 Q.0 Q.0 CO hs014.d

Z-T2-0I B0N387 0733 Water MAB 1007 Q.0 Q.0 CO hs017.d;

Z-VI-01 B0N388 0739 Water MAB 1018 Q.0 CO <2.0 hs018.d

?'rFB2-01 B0N389 0736 Water MAH 1029 Q.0 CO Q.0 h9019.d

1-11-01 B0N390 0742 Water MAB 1051 23 4037 8.4 ha021.d

LW1-01 B0N391 0744 Water MAB 1102 29 6786 11 hs022.d

?'rW2-01 B0N392 0746 Water MAB 1113 17 3971 14 hs023.d

Z-W3-01 B0N393 0803 Water MAB 1124 19 4016 6.7 hs024.d; Takeu (o) mauifold bl

irW4-01 B0N394 0805 Water MAB 1135 40 6680 6.2 Iu025.d; Taken (tj manifold bl

2'rW5-01 B0N395 0811 Water MAB 1146 24 2062 8.5 hs026.d; Taken (a1 uumifold bl

Z-W6-01 B0N396 0813 Water MAB 1157 23 235 <2.0 hs027.d; Taken (a) menifold b1

ZW6-02 B0N397 0813 Water MAB 1208 23 244 Q.0 hs028.d; Taken @ manifold bl

DI Blank - 0645 Water MAB 1219 Q.0 <2.0 <2.0 hs029.d

3000ug/L
Cal. check - 1145 Water MAB 1230 100•/. 94Y.

jQQ¢
97% hs030.d; Acceptable recoverie

DI Blank

Blank

-

-

0645

-

Water

Air

MAB

MAB

1241

0843

Q.0

ppm

<1.0

Q.0

ppm

<1.0

CO

ppm

Q.0

ha031.d

B&K 1301

27.6 ppm
Cal. check

- - Air MAB 0847 <1.0 j],Q
101Y.

CO B&IC 1301
Acceptable reeover,v.

^A3-01 BOMBR8 0748 Air MAB 0851 <1.0 <I.0 <2.0 B&K 1301

ZrA2-01 BOMBR7 0749 Air MAB 0855 <1.0 16.3 <2.0 B&K 1301

Blank - - Air MAB 0859 <1.0 <1.0 <2.0 B&K 1301

For instrument operation infortnatioD, please refer to logbook EL-1329-1, page 30

„^n ^



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 5/20/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM

^^

CC14

ug/L

TCE

ug/L 1

ffiqt3 61510

DI Blank -- 0650 Wafer MAB 0919 Q.0 Q.0 Q.0 ha012.d

C^cek - 0710 Water MAB 0930 fMk-"
8
94'V u8'h

Ls013.d; Acceptable reoovecies.

F-5Jfr6 /6IN^A(V

DI Blank - 0650 Water MAB 0941 <2.0 <2.0 Q.0 hs014.d

ZIT2-01 B0N398 0720 Water MAB 1014 Q.0 <2.0 <2.0 h9017.d;

2'rT2-02 B0N399 0720 Water MAB 1025 Q.0 <2.0 <2.0 hs018.d;

ZV1-01 BON3BO 0725 Water MAB 1036 Q.0 <2.0 <2.0 hs019.d

ZrFB2-01 BON3B1 0722 Wafer MAB 1047 Q.0 Q.0 Q.0 hs020.d

?rT1-01 BON3B2 0727 Water MAB 1058 22 4043 7.9 h2021.d

ZWI-01 BON3B3 0729 Water MAB 1109 30 6895 10 ha0224

Z-W2-01 30N384 0731 Water MAB 1120 17 4187 13 hs023.d

LW3-01 B0N3B5 0823 Water MAB 1131 18 4065 6.6 ba024.d; Taken @ maaifold bldg.

Z-W4-01 B0N3B6 0825 Water MAB 1142 39 7063 6.4 hs025.d; Taken @ manifold bldg.

Z-W5-01 B0N3B7 0814 Water MAB 1153 23 2044 8.0 hs026.d; Taken @ manifold bldg.

Z.W6-01 B0N3B8 0816 Water MAB 1204 23 243 Q.0 hs027.d; Taken @ manifold bldg.

DI Blank - 0650 Water MAB 1215 Q.0 CO Q.0 hs028.d

3000ug/L
Cal. check - 1145 Water MAB 1226 •. y. Ip •/. hs029.^ Acceptable recovaies

DIBlaok

i

Blank

-

-

0650

HO
-

Water

ME
Air

MAB

MAB

1237

0850

Q.0

ppm

<1.0

Q.0

ppm

<1.0

Q.0

ppm

<2.0

hsO3O.d

NEEKOWN
B&K 1301

27.6 ppm
Cal. check

- - Air MAB 0854 <I.0 ^ Q
101•/.

Q.0 B&K 1301
Acceptable recovery.

^A3-01 BOMBTO 0733 Air MAB 0858 <1.0 <1.0 Q.0 B&K 1301

7,A2-01 BOMBR9 0734 Air MAB 0902 <1.0 15.6 <2.0 B&K 1301

Blank _ - Air MAB 0906 <1.0 <1.0 Q.0 B&K 1301

For instrument operation information, please refer to logbook EL-1329-1, page 33

1
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MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 3/19/98

Analytical

Sample 13EIS Sample Sample Sampler Results

Number Number Time Type (Initials) Analysis
Time Comments

TCM CCht TCE
ug/L ug/L ug/L

DI Blank - 0615 Water MAB 0848 Q.0 Q.0 Q.0 hs012.d

100ug/L QQ ,^ Ys013.d Low recovery TCE.

Cal. check - 0640 Water MAB 0859 90•/. 960/. 73•/.
-

DI Blank - 0615 Water MAB 0910 Q.0 Q.0 Q.0 hs014.d

Z-T2-01 B0N323 0719 Water MAB 0942 <2.0 Q.0 <2.0 hs017.d;

Z•VI-0l B0N324 0725 Water MAB 0953 2.0 <2.0 <2.0 hs!>0l8.d

Z•FB2-0I B0N325 0721 Water MAB 1004 Q.0 <2.0 Q.0 ^ hs0l9.d

Z-Tl-01 BON326 0728 Water MAB 1058 23 4439 8.7 h9024.d

ZITI-01 BON327 0728 Water MAB 1109 23 4487 8.7 hs025.d
__ -- -

Z-W1-01 80N328 0730 Water MAB 1120 29 7150 11 h3026.dI --- -__
ZW2-01 8014329 0732 Water MAB 1131 17 4614 14 1m027.d

Z-W3-01 B0N330 0757 Water MAB 1141 19 4471 7.0 bs028.d; Takm ® manifold bldv

Z-W4-01 B0N331 0759 Water MAB 1152 43 7812 hs029.d Taken (dJ mnnifold hide

Z-W5-01 B0N332 0747 Water MAB 1203 26 2479 9.0 hs030.d; Taken @ manifold t+ldo

Z-W6-0I B0N333 0749 Water MAB 1214 24 278.-1 <2.0 bs03l.d;Taken(almanifold6lda

DI Blank - 0615 Water MAB 1225 Q,0 Q.0 Q.0 hs032.d

3000u/r/L 32Z
T

333k
ICal. chetk 1145 Water MAB 1236 •/. 1110/9 ha033.d Acceptable recoveries

DI Blanlc - 0615 Water MAB 1247 [ coQ. <2.0 Q.0 ba034.d

>- -- -
ppm ppm PPm ^-

--
Blank - - Air MAB 0955 <1.0 <1.0 <2.0 HBK 1301

27.6 ppm - - Au MAB 0959 <1.0 Q.0 B&K 1301
Cal. check 101•/.

---
Accepable rceovery.

Z-A3-01 B02vIBP6 0733 Air MAB 1003 <1.0 <1.0 <2.0 B^.K 1301

Z-A2-01 80MBP5 0734 Air MAB 1007 <1.0 11.6 <2.0 BAK 1301

Blank - - Air MAB 1011 <1.0 <1.0 Q.0 B&K1301

For insuument operation infotmation, please refer to logbook EL-1329-1, page 21

I
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^ Site Name: 200-ZP-1 Phase III

MOBILE LABORATORY DATA/LOG SHEET

Date: 4/0:

Sample
Number

l3EIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
uglL

CC14
ug/L

TCE
ug/L

DlBlank - 0640 water IvfAB 0907 4.0 CO Q.0 hs012.d

100u8/L
Cal. check - 0720 Water MAB 0950

JQg
104•/.

]Q,Q
109•/.

jQ$
108Y.

hs013.d; Acceptable recoven

DIBlank - 0640 Water MAB 1001 CO <2.0 <2.0 bs014.d

71T2-01 B0N334 0826 Water MAB 1012 Q.0 Q.0 CO hs0184

Z.VI-01 BON335 0832 Water MAB 1023 <.0 Q.0 Q..0 hs019.d

LFB2-01 BON336 0829 water MAB 1034 <.0 <..0 <2.0 hs020.d

ZT1-01 B0N337 0834 water MAB 1139 29 2032 Q.0 hs026.d

2'rWl-01 8014338 0837 Water MAB 1150 30 6588 9.7 hs027.d

2'rW1-02 B0N339 0837 Water MAB 1201 28 6220 8.7 hs028.d

ZW2-01 8014340 0839 Water MAB 1212 18 4440 13 hs029.d

Z-W3-01 B0N341 0854 Water MAB 1222 27 3948 5.9 hs030.d; Taken @ nunifold b4

Z.W4-01 BON342 0857 Water MAB 1233 47 6578 5.7 hs031.d; Taken @ manifold b4

DI Blank - 0640 Water 1vfAB 1244 CO Q.0 Q.0 hs032.d

3000u8/L
Cal. check - 1145 water MA8 1255 110•/.

M
117•/.

I9D
114Y. hs033.d; Acceptable recoveriea

DIBlaok

Blank

-

-

0640

^:

-

Water

Air

MAB

MAB

1306

°

0923

Q.0

PPm

<1.0

Q.0

PPm

<1.0

Q.0

PPm

CO

hs034.d

B&K 1301

27.6 ppm

Cal' check
- - Air MAB 0927 <1.0

102Y.
Q.0 B&K 1301

Acceptable recovery.

Z-A3-0l 80MBP8 0842 Air MAB 0935 <1.0 <1.0 Q.0 B&K 1301

Z.A2-0l BO1vfBP7 0843 Air MAB 0939 <1.0 6.48 <2.0 B&.K 1301

Blank - - Air MAB 0943 <1.0 <1.0 CO B&K 1301

For instrument operation inforrnation, please refer to logbook EL-1329-1, page 23
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MOBILE LABORATORI°-DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 4/08/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ag/L

CC14
ug/L

TCE
ug/L

DI Blank - 0645 Water MAB 1044 Q.0 <2.0 Q.0 hs012.d

100ug/L
Cal. check - 0720 Water MAE 1055

8¢
86Y.

j$
78•/.

$2
82•/.

hs013.d; Acceptable recoveries.

DI Blank - 0645 Water MAB 1106 <2.0 Q.0 Q.0 hs014.d

Z-T2-01 B0N343 0748 Water MAB 1139 <2.0 Q.0 Q.0 hs017.d;

Z-V1-01 B0N344 0754 Water MAB 1149 Q.0 Q.0 <2.0 hs018.d

Z-FB2-01 B0N345 0750 Water MAB 1200 <2.0 Q.0 Q.0 hsOl9.d

Z-T1-01 8014346 0756 Water MAB 1255 20 3659 7.0 hs024.d

Z-W1-01 8014347 0758 Wster MAB 1305 25 6157 9.3 hs025.d

Z-W2-0I B014348 0800 Water bfAB 1316 15 3899 12 hs026.d

Z-W2-02 BON349 0800 Wetar MAB 1327 14 3721 12 hs027.d

Z-W3-01 BON350 0811 Water MAB 1338 17 3870 5.3 bs028.d; Taken Q manifold bldg.

Z-W4-01 B0N351 0813 Water MAB 1349 36 6388 5.1 hs029.d; Taken Q manifold bldg.

Z-W5-01 BON352 0819 Water MAB 1400 22 2037 7.7 h9030.d; Taken (a) manifold bldg.

Z-W6-01 B0N353 0821 Water MAB 1411 20 201 Q.0 h9031.d; Taken ()a maaifold bldg.

DI Blank - 0645 Water MAB 1422 Q,0 <2.0 <2.0 bs032.d

3000ug/L
Cal. check - 1330 Water MAB 1432 100%

M
87•/.

M2
94% hs033.d; Acceptable recoveries

DI Blank

4.`.

Blank

-

-

0645

-

Water

ir

MAB

AB

1443

841

Q.0

PPm

<1.0

Q.0

PPm

<1.0

Q.0

ppm

<2.0

hs034.d

:»c

B.eK 1301

27.6 ppm
Cal. check

- - ,qu MAB
^

0845 <1.0 j$,^
102•.

<2.0 B&K 1301
Acceptable recovery.

Z-A3-01 B0MBR0 0803 Air bIAB 0849 <1.0 <1.0 <2.0 B&K 1301

Z.-A2-01 BOMBP9 0804 Air MAB 0853 <1.0 16.9 <2.0 BdcK 1301

Blank - - Air MAB 0857 <1.0 <1.0 <2.0 B&K 1301

For insuvtnent operation infotmation, please refer to logbook EL-1329-1, page 24
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MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III

Analytical
Sample HEIS Sample Sample Sampler Results
Number Number Time Type (Initials) Analysis

Time

DlBlaok - 0725 Water MAB 0955

100ug/L
Cal. check -- 0740 Water MAB 1006

DIBlank - 0725 Water MAB 1017

Z-T2-01 B0N354 0817 Water MAB 1050

Z-VI-01 BON355 0900 Water MAB 1101

Z-FB2.01 80N356 0845 Water MAB 1112

Z-TI.O1 B0N357 0925 Water MAB 1207

Z-WI-01 BON358 0940 Water MAB 1218

Z-W2-01 BON359 1005 Water MAB 1229

LW3-01 BON360 1050 Water MAB 1240

Z-W3-02 BON361 1050 Water MAB 1251

Z-W4-01 80N362 1115 Water MAB 1302

Z-W5-01 80N363 1143 Water MAB 1313

Z-W6-01 B0N364 1215 Water MAB 1324

DI Blank - 0725 Water 1v1AB 1335

3000ug/L
Cal. check - 1300 Water MAB 1346

DI Blank 0725 Water MAB 1357

Date: 4/15/98

Comments

TCM
ug/L

CC14
ug/L

TCE
ug/I.

Q.0 <2,0 <2.0 hs012.d

jQ,}
103•/.

],]l
112Y.

]Q$
108•/.

hs013.d; Acceptable recoveries.

Q.0 Q.0 Q.0 bs014.d

Q.0 <2.0 <2.0 hs017.d;

Q.0 Q.0 <2.0 hs018.d

Q.0 <2.0 <2.0 hs019.d

21 3942 6.9 hs024.d

25 6253 9.1 hs025.d

14 3770 11 19026.d

16 3584 4.6 ha027.d; Taken rQ manifold bldg.

16 3534 4.6 hs028.d; Teken (tt manifold bldg.

36 6568 4.2 1u029.d; Taken @ manifold bldg.

22 1882 6.5 hs030:d; Taken (a) manifold bldg.

20 211 <2.0 hs031.d; Taken Q tnanifold bldg.

Q.0 Q.0 a. 0 h5032.d

222Z
98Y.

2732
93Y.

2.$32
95% hs033.d; Acoeptabletecoveties

Q.0

ppm

<2.0

ppm

a.0

ppm

hs034.d

Blank -- - Air MAB 1252 <1.0 <1.0 <2.0 B&K 1301

27.6 ppm
Cal. check

- ,^ Au MAB 1256 <1.0 j],Q

101%

<2.0 B&K 1301
Acceptable recovery.

Z-A3-0I BOMBR2 1245 Air MAB 1300 <1.0 <1.0 <2.0 B&K 1301

ZrA2-0I BOMBRI 1250 Air MAB 1304 <1.0 18.1 <2.0 B&K 1301

Blank - - Air MAB 1308 <1.0 <1.0 <2.0 B&K 1301

For instniment operation information, please refer to logbook EL-1329-1, page 25
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MOBILE I ABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 3/04/98

Analytical
Sample HEIS Sample Sample Sampler Results
Number Number Time Type (Initials) Analysis

Time Comments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DIBlaok - 0650 Water MAB 0913 Q.0 Q.0 Q.0 hs0i2.d

100ug/L
Cal. check - 0705 water MAB 0924

Qj
91•/.

],QQ
100%

jjj
113•/.

hs0134 Acceptablerecoveries.

DI Blank -- 0650 Water MAB 0935 Q.0 <2.0 Q.0 he014.d

z1T2-0I BON301 0728 Water MAB 1008 Q.0 Q.0 <2.0 hs0t7.d;

Z-VI-01 BON302 0734 Water 1v1AB 1018 <2.0 Q.0 <2.0 h8018.d

Z-VI-02 B0N303 0734 Water MAB 1029 Q.0 <2.0 Q.0 hs019.d

Z-FB2-01 B0N304 0731 Water 1afAB 1040 Q.0 Q,0 Q.0 h9020.d

2rTl-01 BON305 0737 Water ldAB 1123 22 3802 7.6 b9024.d

7,W1-01 BON306 0739 water MAB 1134 30 6596 II hs025.d

Z-W2-01 BON307 0741 Water MAB 1145 16 4066 14 hs026.d

ZW3-01 BON308 0753 water MAB 1156 19 3838 5.8 he027.d; Tekan (03 manifold bldg.

ZLW4-0I B0N309 0755 Water MAB 1207 42 7328 6.0 hs028.d; Taken @ manifold bldg.

2-W5.0I B0N310 0802 Water MAB 1219 24 2079 9.1 bs029.d; Takea @ manifold bld8.

ZW6-01 BON311 0804 Water MAB 1230 23 234 4.0 bs030.d; Taken @ manifold bldg.

DI Blank - 0650 water MAB 1241 Q,0 a.0 <.O hs031.d

3000ug/L
Cel.check - 1200 Water MAB 1252

1,Q,^^
101Y.

1Z12
900/6

Z$Zf
96% he032.d; Accepteblesecoveria

DI Blaak

Blank

^ 0650 Water

Air

MAB 1302

0926

Q.0

ppm

<1.0

a.0

ppm

<1.0

Q.0

ppm

Q.0

ba033.d

MEMEM
B&K 1301

27'6 ppm
Cal. check

- - Air MAB 0930 <1.0 j^$4
103•.

<2.0 BkK 1301
Acceptable recovery.

2'rA3-01 BOMBP2 0745 A'u MAB 0934 <1.0 <1.0 4.0 B&K 1301

ZrA2-01 BOMBPI 0743 Air MAB 0938 <1.0 12.7 r2.0 B&K 1301

Blank - - Air MAB 0942 <1.0 <1.0 <2.0 B&K 1301

For insvument operation information, please refer to logbook EL-1329-1, page 17

^



-111OBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 3/11/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DIBlaok - 0645 Water MAB 0909 Q.0 Q.0 Q.0 hs012.d

100ug/L
Cal. check - 0705 Water MAB 0920

Q}
97•/.

Qj
91•/.

94
94•/.

h9013.d; Acceptable recovecies.

DI Blank - 0645 Water MAB 0931 Q.0 <2.0 Q.0 hs014.d

Z.-T2-01 B0N312 0728 Water MAB 1004 Q.0 <2.0 <2.0 hs017.d;

LVl-01 B0N313 0734 Water MAB 1015 <2.0 <2.0 Q.0 hsOlS.d

ZFB2-01 B0N314 0731 Water MAB 1026 <2.0 <2.0 <2.0 hs019.d

ZrFB2-02 B0N315 0731 Water MAB 1037 <2.0 Q.0 CO hs020.d

2rT1-01 B014316 0737 Water MAB 1132 22 3834 7.7 hs025.d

Z-W1-01 8014317 0739 Water MAB 1143 30 6947 11 ba026.d

ZW2-01 8014318 0741 Water MAB 1153 16 4204 14 h9027.d

Z,W3-01 B0N319 0753 Water MAB 1204 19 4076 6.0 h3028.d; Taken (aj maoifold bldg.

ZW4-01 B0N320 0755 Water MAB 1215 39 6764 5.2 ha029.d; Taken Q manifold bldg.

ZW5-01 B0N321 0802 Water MAB 1226 25 2199 8.8 hs030.d; Taken (e} manifold bldg.

Z-W6-0I B0N322 0804 Water MAB 1237 23 243 CO hs031.d; Takea @ manifold bldg.

DI Blank - 0645 Water MAB 1248 Q,0 Q.0 Q.0 ha032.d

Cal• check - 1215 Water MAB 1259 104•. 104% 1^05`/. ba033.d; Acceptable recoveries

DI Blank

Blank

-

-

0645

-

Water

Air

MAB

. .

Iv1AB

1310

.

0823

CO

ppm

<1.0

CO

ppm

<1.0

CO

ppm

Q.0

be034.d

B&K 1301

27.6 ppm
Cal, check

- - Air NIAB 0827 <1.0 2$„}
1037.

<2.0 B&K 1301
Acceptable recovery.

ZrA3-01 BOMBP4 0753 Air MAB 0831 <1.0 <1.0 <2.0 B&K 1301

Z-A2-01 BOMBP3 0755 Air MAB 0835 <1.0 12.0 <2.0 B&K 1301

Blank - - Air MAB 0839 <1.0 <1.0 <2.0 B&K 1301

For instnmtent operation information, please refer to logbook EL-1329-1, page 19
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MOBILE LABORATORY DATAlLOG SHEET

Site Name: 200-ZP-1 Phase III

Sample

I

HEIS

I

Sample Sample

I

Sampler

I
Number Number Time Type (Initials) Analysis

Time

Date: 2/25/9g-

Commeuts

TCM
uglL

CC14
ug/L

TCE
ug/L

DI Blank - 0655 Water MAB 0926 Q.0 Q.0 CO hs012.d

IOOuB/L
Cal. check - 0715 Water MAB 0937

21
95•/.

Qj
92•/.

22
92•/.

hsO13.d; Acceptable recoveies.

DI Blank - 0655 Water MAB 0948 Q.0 Q.0 Q.0 ba014.d

ZT2-01 B0N2X8 0802 Water MAB 1020 Q.0 4.0 <2.0 hs017.d;

Z,72-02 B0N2X9 0802 Water MAB 1031 Q.0 4.1 <2.0 hs0184

LT2-03 BON2Y9 1228 Water MAB 1400 Q.0 4.0 Q.0 hs037.d;

ZVI-01 BON2YO 0804 Water MAB 1042 Q.0 5.1 <2.0 hs019.d

ZVI-02 BON300 1230 Water MAB 1411 <2.0 6.0 CO b3038.d

BON2YI 0754 Water MAB 1053 CO CO Q.0 hs020.d ' ^

Z^TI-01 8082Y2 0806 Water MAB 1158 24 4148 8.0 ha026.d

LWI-01 8082Y3 0808 Water MAB 1209 28 6081 10 hs027.d

Z-W2.01 B0N2Y4 0810 Water MAB 1220 15 3845 Q.0 ha028.d

7,W3-01 B0N2Y5 0821 Water MAB 1231 17 3528 5.0 ha029.d;TalteaQawiifoldbldg.

ZW4-0I B0N2Y6 0823 Watar MAB 1242 40 6538 5.8 ha030.d; Taren @ manifold bldg.

ZW5-0I BON2Y7 0829 Water MAB 1253 24 1936 8.8 h9031.d; Takea Q manifold bldg.

ZW6-01 BON2Y8 0831 Water MAB 1304 22 212 CO ha032.d;Taken(a3manifoldbidg.

DI Blank - 0655 Water MAB 1315 <2.0 Q.0 CO bs033.d

3000u82
Cal. check - 1205 Water MAB 1326

Im
106•/.

^f
106•/.

3.12,1
107% bs034.d; Acceptable rocoveries

DIBlank

Blank

0655

-

Water

Air

MAB

MAB

1337

0910

CO

ppm

<1.0

<2.0

ppm

<1.0

Q.0

ppm

Z

hs035.d

BkK 1301

27.6 ppm
Cal. check

Air MAB 0914 <1.0
tOp•/.

14AF
"a. D

B&K 1301
Acceptable recovery.

ZA3-01 BOIdBPO 0816 Air MAH 0918 <1.0 <1.0
t!^'T

B&K 1301

7,A2-01 001^0149 0812 Air MAB 0922 <1.0 15.8
,#,AFJ)

B&K 1301

Blank - - Air MAB 0926 <1,0 <1.0 , 264ED B&K 1301

For insttument operation information, picase refer to logbook EL-1329-1, page 15

Analytical
Results

^^ °



Site Name: 200-ZP-1 Phase III

MOBILE LABORATORY DATA/LOG SHEET

Date: 2/26/98

Semple
Number

B1;IS
Number

Sample
Time

Semple
Type

Sampler
(Initials) Analysis

Time

Analytical
Resuits

omments

TCM
ug/L

CC14
u@/L

TCE
ug/L

DI Blank - 0710 Water MAB 0834 CO <2.0 CO bs001.d

5 ug/L
Cal. checlc - 0725 Water MAB 0845 ^

12
78Y. ^

h9002.d; Acceptable recovery.

10 ug/L
Cal. check - 0715 Water MAB 0856

X/A 1U
112•/.

ha003.d; Acceptable recovery.

Di Blank - 0710 Water MAB 0907 Q.0 a.0 CO ha004.d

ZrT2-01 N/A 0805 Water MAB 0918 CO <2.0 <2 .0 hs005.d;

ZV1-01 N/A 0814 Water MAB 0929 Q.0 <2.0 Q.0 hs006.d

2'rF2B-01 • N/A 0811 Water MAB 0940 CO <2.0 <2.0 hs007.d

5 u8/L
Cal. check - 0725 Water MAB 0951 hgA

J.4
100% ZI(B hs008.d; Acceptable reeovery

DIBlank - 0710 Water MAB 1002 CO Q.0 <2.0 hs009.d

For instrument operation information, please refer to logbook EL-1329-1, page 16

* Sample valve installed at 200-ZP-1 process building at immediate down stream side of Effluent Filter B (Z-F2B) to replace sample

point at injection building.

Note: Samples were run based on calibration curve from 2/25/98. No HEIS numbers will be issued for these sample per 200-

ZP-1 project cootact. Jane Borghese. Sample informatioo is FOR INFORMATION ONLY.



MOBILE LABORATORY-DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III

Analytical
Sample BZIS Sample Sample Sampler Results
Number Number Time Type (Initials) Analysis

Time

Date: 1/28/98

Comments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0720 Water MAB 0950 Q.0 Q.0 Q.0 hsOl2.d

100ug/L
Cal. check - 0740 Water MAB 1002

97
97Y.

D
90Y.

21
95Y.

hs013.d; Acceptable recoveries.

DlBlank - 0720 Water MAB 1013 <2.0 <2.0 <2.0 hs014.d

2,-T2-01 BOMVX5 0823 Water MAB 1047 <2.0 <2.0 <2.0 bs017.d;

ZV1-0I BOMVX6 0825 Water MAB 1059 <2.0 Q.0 Q.0 bs0l8.d

ZINJ-01 BOMVX7 0815 Water MAB 1111 <2.0 <2.0 CO h9019.d; Injection boilding

ZrT1-01 BOMVXB 0827 Water MAB 1122 23 4158 7.0 ha020.d

ZWl-01 BOMVX9 0829 Water MAB 1134 27 6378 9,9 hs021.d

ZW2-01 BOMVYO 0831 Water MAB 1145 15 4011 Q.0 ba022.d

2rW3-01 BOMVYI 0844 Water MAB 1157 17 3645 4.8 ba023.d; Taken ® manifold bidg

ZW3-02 BOMVY2 0844 Water MAB 1208 18 3719 5.2 ba024.d

Z-W4-0I BOMVY3 0846 Water MAB 1220 42 7094 5.4 ba025.d;Taken{almanifoldbld8.

2;-W5-01 BOMVY4 0853 Water MAB 1232 25 2287 9.9 bs026.d; Taken @ manifold bldg.

LW6-01 BOMVY5 0851 Water MAB 1244 23 229 Q.0 hs027.d;TakeoQamanifoldbldg.

DI Blank - 0720 Water MAB 1255 4.0 Q.0 Q.0 h9032.d

3000uglL
Cal. check - 0740 Water MAB 1405

2Q}Q

98•/.

^
94•/.

Z$Qj

97% hs0344 Acuptablerecovetiea

DI Blank

,,..; ; . .

0720 Water MAB 1417 <2.0

PPm

ppm

Q.0 Q..O

PPm

ha035.d

Blank - - Air MAB 0941 <1.0 <1.0 Q.0 B&K 1301

27.6 ppm
l. check Air MAB 0945 <1.0 J,,,}

307•/.
<2.0 BRIC 1301

Acceptable reeovery.

Z.A3-01 BO1v03N2 A'u MAB 0949 <1.0 <1.0 Q.0 B&K 1301

Z.-A2-0I BOMBNI F0833 Air MAB 0953 <1.0 14.1 <2.0 B&JC 1301

Blank - Air MAB 0957 <1.0 <1.0 Q.0 B&K 1301

For instntment opetation information, please refer to logbook EL-1329-1, page 10



MOBILE LABORATORY DATA/LOG SHEET

__ Site Nome: 200-ZP-1 Phase DI Date: 2/1/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0740 Water MAB 1101 CO Q.0 Q.0 ha012.d

100ue/L
Cal. check - 0815 Water MAB 1112

22
99%

97
99•/.

Q$
98%

h9013.d; Acceptable recoveries.

DI Blank - 0740 Water MAB 1123 Q.0 Q.0 CO hs014.d

Z.T2-01 BOMWO7 0906 Water MAB 1157 Q.0 Q.0 CO h9017.d;

Z.VI-0I BOMW08 0908 Water MAB 1207 <2.0 <2.0 Q.0 hs0l8.d

Z-INJ-01 BOMWO9 0900 Water MAB 1218 <2.0 CO <2.0 hs019.d; Injection building

299-W18-26 BOMLMB 1202 Water MAB 1240 18 781 <2.0 hs021.d; 1/29/98

299-W18-26 BOM,M9 1202 Water MAB 1251 18 801 Q.0 hs022.d; 129/98

Z'rT1-01 BON2V9 0910 Water MAB 1302 20 3734 6.4 h5023.d

ZWI-01 BON2WO 0912 Water MAB 1313 26 6051 9.2 hs024.d

ZW2-01 BON2WI 0914 Water MAB 1324 14 3593 10 hs025.d

ZW3-01 B0N2W2 0924 Water MAB 1350 17 3610 5.0 hs026.d; Taken @ manifold bldg.

Z-W4-01 BON2W3 0927 Water MAB 1400 38 6696 4.8 he027.d; Taken @ manifold bldg.

z-W5-01 B0N2W4 0933 Water MAB 1411 21 1778 6.7 hs028.d; Taken @ manifold bldg.

Z-W5-02 BON2W5 0933 Water MAB 1422 19 1728 6.5 bs029.d; Taken @ manifold bldg.

Z-W6-01 BON2W6 0935 Water MAB 1433 20 233 <2.0 h9030.d; Taken @ manifold bldg.

DlBlank - 0740 Water MAB 1444 Q.0 <2.0 Q.0 hs031.d

3000ug/L
Cal.oheck - 1400 Water MAB 1455

AQ9j
101•. 97•. 2M99% hs032.d Accepteblerecavetia

DI Blank

lank

--

-

0740

-

Water

;M

Air

MAB

AB

1506

953

<2.0

ppm

<1.0

4.0

PPm

<1.0

CO

PPm

CO

hs033.d

&K 1301

27•6 pqn
Cal. check

- - Air MAB 0957 <1.0 Z$,1
102'/•

Q.0 BRK 1301
Acceptable recovery.

ZrA3-01 BOUBN6 0919 Air MAB 1001 <I .0 <1.0 <2.0 B&K 1301

Z-A2-0l BOMBN5 0916 Air MAB 1005 <1.0 14.3 Q.0 B&K 1301

-B1ank - Air MAB 1009 <1.0 <1.0 Q.0 B&K 1301

For instrument operation information, please refer to logbook EL-1329-1, page 11



MOBILE LABORATORY DATAILOG SHEET

_-----
Site NBafe ZOO-ZP-1 Pbase III Date: 2/18/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical

Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0645 Water MAB 0923 Q.0 Q.0 CO 1u012.d

1Wug(1,
Cal. check - 0710 Water MAB 0934

21
98Y.

21
91•/.

4k
96Y.

hs013.d; Acceptable reeoveries.

DI Blank - 0645 Water MAB 0944 Q.0 <2.0 4.0 bs014.d

L-TZ-Ol BON2W7 0739 Water MAB 1017 <2.0 Q.0 Q.0 ba017.d;

LVI-01 BON2W8 0741 Water MAB 1028 Q.0 Q.0 <2.0 hs018.d

LINJ-01 BON2W9 1030 Water MAB 1111 Q.0 Q.0 Q.0 hs022.d;Ia)ect+onbuilding

LTl-0l BON2X0 0744 Water MAB 1122 20 3808 6.2 hs023.d

LWI-01 BON2XI 0746 Water MAB 1133 27 6360 9.0 hs024.d

TrW2-01 BON2X2 0748 Water MAB 1144 14 3854 11 hs025.d

LW3-01 BON2X3 0758 Water MAB 1155 16 3558 4.5 ha026.d: Taken (} ma^nifold bldg.

ZW4-0l BON2X4 0800 Water MAB 1206 36 6426 4.3 ha027.d; Taken @ maoifold bldg.

LW5-01 BON2X5 0807 Water MAB 1217 22 1937 7.3 hs028.d; Taken @ maoifold bldg.

ZrW6-01 BON2X6 0810 Water MAB 1228 21 223 <2.0 1u029.d; Taken @ menifold bldg.

Z-W6-02 BON2X7 0810 Water MAB 1239 20 200 d.0 hs030.d; Taken @ manifold bldg.

- 0645 Water MAB 1250 Q,0 Q.0 Co hs031.d

check

L

- 1230 Water MAB 1301 184Y. 103^Y. 164Y. hs032.d; Acceptable recoveies

B:

s,.

Blank

-

-

0645

-

Water

Air

MAB

MAB

1312

0847

CO

PPm

<1.0

Q.0

PPm

<1.0

<2.0

PPm

NAF

ba033.d

B&K 1302

27,6 ppm
Cal. check

_ - Air MAB 0849 <1.0 jM
85Y.

NAF BRK 1302
Acceptable recovery.

Z-A3-01 BOMBN8 0753 Au MAB 0851 <1.0 <1.0 NAF B&K 1302

ZA2-01 BOIvfBN)4', 0749 MAB 0853 <1.0 11.9 NAF B&K 1302

Blank Air MAB 0855 <1.0 <1.0 NAF BQcK 1302

For uuvument operation information, please refer to logbook EL-1329-1, page 12



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 2/05/98

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 1030 Water IDJ 1124 Q.0 Q.0 <2.0

5 uq/[,

Cal. check - 1030 Water IDJ 1211
12
78Y.

91
90•/.

3,1
70•/.

TCE low recovery.

ZT2-01 BOMVY6 0920 Water MAB 1155 Q.0 <2.0 <2.0

ZVl-0l BOMVY7 0923 Water MAB 1201 Q.0 <2.0 Q.0

UINJ-01 BOMVYB 0906 Water MAB 1206 Q.0 <2.0 Q.0 Injection building

Z-T1-0l BOMVY9 0925 Water MAB 1245 12 2767 3.0 CC14 hi range(1451)

ZW1-01 BOMWOO 0928 Water MAB 1300 15 4720 5.0 CC14 hi range(1459)

Z-W2-01 BOMWOI 0930 Water MAB 1252 8.0 2667 8.3 CC14 hi range(1455)

Z-W3-01 BOMWO2 0942 Water MAB 1235 10 2795 2.3 Manifold bldg. CC14 hitmge(1446

2'rW4-01 BOMWO3 0944 Water MAB 1307 27 5352 Q.0 Manifoldbldg.CCl4hirnogr{1504

Z-W4-02 BOMW04 0944 Water MAB 1315 27 5362 <2.0 Manifold bldg. CC14 hinoge(1508

ZW5-01 BOMWOS 0953 Water MAB 1227 13 1642 3.3 Maaifoldbldg.CC14hitaage(1440

ZW6-0I BOMWO6 0955 Water MAB 1221 13 1S0 Q.0 Maaifoldbldg.

50ug/L
Cal. check - 1030 Water IDJ 1340

41
96Y.

A^
92•/.

4S2
92% hs034.d; Acceptable recovery

-3000ug1L
Cal.check

Blank

-

-

1430

-

Water

Air

IDJ

€

MAB

1513

1

1014

N/A

ppm

<1.0

241
99Y.

ppm

<1.0

N/A

ppm

Q.0

ha034.d; Acceptablerecovety,

. ,, ,
^^^ :^^^1^^

BdcK 1301

27.6 ppm
Cal. check

- - Au htie,B 1018 <1.0 =
101%

Q.0 BdcK 1301
Acceptable recovery.

Z.A3-01 BOMBN4 0935 Air MAB 1022 <1.0 <1.0 Q.0 B&K 1301

Z-A2-01 BOMBN3 0932 A'u MAB 1026 <1.0 13.9 Q.0 BR.K 1301

Blank - - Air MAB 1030 <1.0 <1.0 <2.0 B&K 1301

For instrument operation information, please refer to logbook EL-1332, page 13-14. Samples were analyzed using a Photovac 10s

Plus portable gas chromatograph with a 11.7 eV photoionization detector.
---

-_



MOBILE I.ABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III

Sample HEIS Sample Sample Sampler
Number Number Time Type (Initials) Analysis

Time

Analytical
Results

Date: 1/21/98

Comments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0720 Water MAB 0944 <2.0 Q.0 Q.0 b9012.d

100ug/L
Cal. check - 0735 Water MAB 0955

]m
100•/.

QQ
99•h

tj2Q
100%

La0l3.d; Acceptable recoveries.

DI Blank - 0720 Water MAB 1006 Q.0 Q.0 Q.0 hs0l6.d

ZT2-01 BOMVW4 0927 Water MAB 1040 Q.0 <2.0 Q.0 b9017.d;

ZVI-01 B0MVW5 0939 Water MAB 1051 Q.0 Q.0 <2.0 he018.d

ZdNJ-01 B0MVW6 0857 Water MAB 1102 <2.0 Q.0 Q.0 hs019.d; Injection building

ZTl-01 BOMVW7 0957 Water MAB 1124 24 3693 6.9 IuA21.d

Z1WI-01 BOMVWB 1037 Water MAB 1143 28 5884 10 tu022.d

Z,W2-01 BOMVW9 1052 Water MAB 1154 16 3512 12 he023.d

Z,W2-02 BOMVXO 1052 Water MAB 1205 16 3402 12 hs024.d

ZW3-01 B0MVX1 1145 Water MAB 1251 19 3267 4.4 bs028.d; Taken 0 manifold bldg.

Z,W4-01 BOMVX2 1158 Water MAB 1302 43 5779 4.0 hs029.d; Taken ® aunifold bldg.

Z-W5-0I 130MVX3 1230 Water MAB 1313 25 1636 7.9 h9030.d; Taken Q manifold bldg.

ZW6-01 BOMVX4 1251 Water MAB 1325 23 171 Q.0 hs031.d; Taken Q manifold bldg.

DIBlank - 0720 Water MAB 1336 Q.0 Q.0 <2.0 h9032.d

3000ug/L
Cal. check - 0735 Water MAB 1228 106•/. 108% 107% hY026.d; Acceptable recoveries

DI Blank - 0720 Water MAB 1239 Q.0

PPm

Q.0

PPm

a.0

pPm

ha027.d

Blank - - Air MAB 1345 <1.0 <1.0 <2.0 B&K 1301

27.6 ppnk
Cal, check

_ - Air MAB 1353 <1.0 2$,j
102•/.

<2.0 BRK 1301
Acceptable recovery.

LA3-01 BOMBNO 1107 Air MAB 1357 <1.0 <I.0 <2.0 B&K 1301

Z A2-01 BOMBM9 1115 I Air MAB 1401 <1.0 15.3 Q.0 BdcK 1301

Blank -- - Air MAB 1405 <1.0 <1.0 Q.0 B&K 1301

For instrument operation informatio4 please refer to logbook EL-1329-1, page 7

-7---r
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- - -- MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III

Analytical

Sample HEIS Sample Sample Sampler Results
Number Number Time Type (Initials) Analysis

Time

Date: 1/15/98

Comments

TCM
ug/L

CCI4
ug/L

TCE
ug/L

DI Blank - 0930 Water IDJ 1122 <2.0 <2.0 Q.0 ha012.d

100ug/L
Cal. check - 0930 Water IDJ 1133

]Q$
108•/.

jjj
117•/.

]Q$
108%

hs013.d; High resp. Onx. CC14, Cal.
table Ll updatsd to for all comp.

DI Blank - 0930 Water IDJ 1206 <2.0 Q.0 a.0 bs017.d

LT2-01 B0MVT4 1023 Water IDJ 1217 <2.0 <2.0 Q.0 bs017.d;

LVl-01 B0MVT5 1027 Water IDJ 1228 <2.0 2.4 Q.0 hsOlB.d

Z1NJ-01 B0MVT6 1100 Water IDJ 1239 -83 Q.0 Q.0 hs019.d; Injection building

- ZITI-01 BOMVT7 1025 Water IDJ 1250 20 2986 6.8 hs^020.d

ZWI-01 B0MVT8 1029 Water IDJ 1301 24 5159 9.3 h9021.d

- 2rWl-02 B0MVT9 1029 Water IDJ 1312 22 4348 8.3 hs022.d

Z-W2-01 BOMVVO 1031 Water IDJ 1323 14 2766 11 hs023.d

Z.W3-01 BOMVVI 1041 Water IDJ 1334 16 2786 5.0 hs024.d;Taken@ manifoldblda.

ZW4-01 BOMVV2 1039 Water IDJ 1345 36 5550 5.2 hs025.d; Taken @ manifold bldg.

ZW5-0I BOMVV3 1049 Water IDJ 1356 22 1625 8.4 1u026.d; Taken @ maaifold bldg.

Z-W6-01 BOMVV4 1046 Water IDJ 1406 20 197 Q.0 hs027d; Taken (3a manifold bldg.

- DIBlank - 0930 Water IDJ 1417 Q.0 <2.0 Q.0 hs028.d

- 3000ug/L
Cal. check - 0930 Water IDJ 1428

d142
105•/.

?2$L
109•/.

3^43
106% hs029.d

_ DIBlaok

Blank

-

-

0930

-

Water

Air

IDJ

IDJ

1439

1141

Q.0

PPm

<1.0

Q.0

PPm

<1.0

CO

ppm

<2.0

bs030.d

B&K 1301

27.6 ppm
Cal. check

- - Air IDJ 1145 <1.0
101Y.

<2.0 BdaK 1301
Acceptable recovery.

Z-A3-01 BOMBM8 1020 Air IDJ 1153 <1.0 <1.0 Q.0 BRK 1301

Z-A2-01 BOMBM7 1018 Air IDJ 1156 <1.0 17.9 Q.0 B&K 1301

Blank - - Air IDJ 1159 <1.0 <1.0 Q.0 B&K 1301

For iattntment operatioa information, please refer to logbook EL-1329-1, page 4

if I 1 ^ll^! {



MOBILE LABORATORY DATAILOG SHEET

Site Name: 200-ZP-1 Phase III Date: 12/1097

Sample
Number

BEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 0755 Water MAB 1041 <2.0 Q.0 <2.0 hs0l3.d

Su8/L
Cal. check - 0820 Water MAB 1052

§,¢
111%

U
130•/.

Jj
114%

h9014.d; High resp. fact CC14, C
table Ll updated to for all comp.

DI Blank - 0755 Water MAB 1103 <2.0 <2.0 <2.0 bs0l5.d

5ug/L
Cal. check - 0820 Water MAB 1114

$_Q
1017.

U
106•/.

21
102•/.

h9016.d; Acceptable Recovery.

DI Blank - 0755 Water MAB 1125 <2.0 Q.0 <2.0 hs017.d

Z-T2-0 I BOMC15 0854 Water MAB 1136 CO <2.0 Q.0 hs0l8.d;

ZV1-0l BOMC16 0857 Water MAB 1146 Q.0 <2.0 Q.0 h9019.d

LTl-0l BOMC17 0859 Water MAB 1157 22 3853 7.8 hsO2O.d

LTl-02 BOMCIB 0859 Water MAB 1208 21 3479 7.2 1u021.d

2rWl-01 BOMC19 0900 Water MAB 1219 26 5653 9.8 ha022.d

Z-W2-01 BOMC20 0902 Water MAB 1230 14 3468 12 bs023.d

Z-W3-0I BOMC21 0911 Water MAB 1241 18 3699 5.3 hs024.d; Takea (a1 manifold bldg

LW4-01 BOMC22 0913 Water MAB 1251 45 7210 6.2 bs025.d; Taken (d vunifold bldg.

Z-W 5-OI BOMC23 0917 Water MAB 1302 26 2245 11 hs026.d; Taken (a) manifold bldg.

Z-W6-01 BOMC24 0919 Water MAB 1313 22 233 Q.0 bs027.d; Taken @ manifold bldg.

DIBlank - 0755 Water MAB 1324 Q.0 CO <2.0 hs028.d

3000ug/L
Cal. check - 0820 Water MAB 1335

^21^
107•/.

3214
124•/.

}44^
114% hs029.d; Acceptable recovery.

DI Blank

Blank

-

-

0755

-

Water

Air

MAB

MAB

1346

0934

Q.0

PPm

<1.0

<2.0

ppm

Q.0

PPm

hs03O.d

B&K 1302

27.6 ppm
Cal. check

- - Air MAB 0936 <1.0

87-

B&K 1302
Acceptable recovery.

ZrA3-01 BOMBM4 0906 Air MAS 0938 <1.0 <1.0 NAF B&K 1302

^A2-01 BOMBM3 0904 Air MAB 0940 <1.0 22.0 NAF B&K 1302

Blaok - - Air MAH 0942 ^<1.0 I<1.0 t NAF B&K 1302

For inti-uument operation information, please refer to logbook EL-1329, page 128



MOBII.E LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phan III Date: 2^

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
u`IL

CC14
ug/L

TCE

ug/L

DlBiaol: - 0740 Wata MAB 1022 Q.0 Q.0 Q.0 hs013.d

5UVL
Cal. check - 0805 WYa MAB 1033

12
113Y.

12
137•/.

U
124%

bA14.d: High teap. Elct CC14, Cal.
teble Ll updefed to for all eamp.

DI Blank - 0740 Water MAB 1044 Q.0 Q.0 Q.0 he015.d

5UIVL
CaL check - 0805 Water MAB 1055

L}
105X

2A
107Y.

^j
103'/.

hs016.d; Acceptable Racowry.

DlBlaolc - 0740 Water MAB 1106 Q.0 CO CO hs017.d

L12-01 BOMC25 0831 water MAB 1140 Q.0 5.2 CO hA18.d;

Z•VI-01 BOMC26 0833 water MAB 1151 Q.0 5.6 CO b019.d

183N BOMR49 0815 W&ror MAB 1203 83 4.0 4.0 hs020.d

ZT1-01 BOMC27 0835 water MAB 1214 22 3938 8.1 hr021.d

LW1-01 BOMC28 0838 Water MAB 1225 26 5938 10 hs022.d

ZW1-02 BOM09 0838 Watc MAB 1236 24 5512 10 hr023.d

?'rW2-01 BOMC30 0840 water MAB 1247 15 3598 12 bi024.d

Z-W3-01 BOMC31 0848 Water MAB 1258 17 3355 5.1 b10254. Talma ® avoifold bldg.

Z'W4-01 BOMC32 0830 Wafe MAB 1309 42 7073 6.0 bA26.d; Takea ® mseifdd bld8.

ZW5-01 B0MC33 0856 Water MAB 1320 24 2114 10 h0027.d; Takea @ maoifoW bWy

ZW6AI BOMC34 0858 water MAB 1332 22 229 CO hs028.d; Takea @ manifold bldg.

DI Blank - 0740 Wafer MAB 1343 CO Q.0 Q.0 h0029.d

3000aglL
Cal. eherY - 0805 water MAB 1354

3jQQ
107•/.

3j3j
128H.

I=
115%

ha030.41Ii8h responee for CC14,
leaaa

DIBlenk - 0740 Wata MAB 1405 CO Q.0 CO hs031.d

2r72-02 BOMC35 1210 Wata MAB 1417 Q.0 7.1 CO hA32.d;

Z.VI-02 BOMC36 1212 Watc MAB 1428 Q.0 7.0 CO bs033.d

30OOuWL
Cal. check - 1405 Waler MAB 1451 97Y. 9t1Y6

M
94% hs034.d: Acceptable teeovery.

DI Blank

11111111110

Blaolc

-

-

0740

-

Water

Air

MAB

MAB

1439

0917

Q.0

PPm

<1.0

Q.0

PPm

<1.0

CO

PPm

CO

hA35.d

DEC 1301

27.6 ppm
Cal. check

- - Air MAB 0941 <1.0 2$,6
104•/.

Q.0 DEC 1301
Acceptable lemrery.

LA3-01 BOMBM6 0843 Air MAB 0925 <1.0 <1.0 Q.0 DEC 1301

Z.A2-0I BOMBMS 1841 Air MAB 0929 <1.0 25.6 Q.0 DEC 1301

Blank - - Air MAB 0933 <1.0 <1.0 Q.0 B&K 1301

For instrument oneratinn infnrmeHnn wl.e. ^.^. h.L....6 vr +++n _--- ++n



MOBILE LABORATORY DATA/LUGSHEET

Site Name: 200-ZP-1 Phase III Date: 12/26/:

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CCI4
ug/L

TCE
ug/L

DI Blank - 0955 Water MAB 1113 Q.0 Q.0 Q.0 hs005.d

5ug/L
Cal. check - 1005 Water MAB 1123

5,Q
99•/.

Al
86•/.

5,q
107%

ha006.d; Aigh resp. fecL CC14,
table LI updated to for all comH

DIBlank - 0955 Water MAB 1134 <2.0 Q.0 Q.0 hs007.d

5ug/L
Cal. check - 1005 Water MAB 1145

$_¢
1127.

3.2
104Y.

U
123Y.

1is008.d; Acceptable Recovery.

DIBlank - 0955 Water MAB 1157 Q.0 Q.0 Q.0 h9009.d

ZT2-01 BOMC37 0831 Water MAB 1208 Q.0 10 <2.0 hs0I0.d;

71Vl-01 BOMC38 0833 Water MAB 1219 Q.0 11 <2.0 IuOll.d

5u8/L
Cal. check - 1005 Water MAB 1230

¢,5
130Y.

§,$
136%

ZS
150•/.

hs012.d; High Recovery.

DI Blank - 0955 Water MAB 1241 <2.0 Q.0 Q.0 hsOl3.d

For inshument operation information, please refer to logbook EL-1329, page 130

- -_ _ __ ,--r -/ - ^- ; --; , -



MOBILE LABORATORY DATA/LOG SBFET --

Site Name: 200-ZP-1 Phase III & 183-N Date: 12/I0ro7

Sample
Number

BELS
Number

Sample
Time

Sample
Type

Sampler
(Initiala) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CCI4
ug/L

TCE
uyL

DlBlanlc - 0800 Water MAB 1107 CO Q.0 CO brOl5.d

5uyL
Cal. check - 0835 Wetc MAB 1118

CO CO Q:tr b9016.d: Low rasp. faot for all
camp. Renm. _

DI Blank - 0800 water MAB 1129 Q.0 Q.0 Q.0 he017.d

5ug/L
Cal. check - 0835 Water MAB 1140

CO Q.0 Q.0 he018.4 Low reep. faot. for all _
comp. Renm.

5u8/1.
Cal. eheck - 1120 Water MAB 1150

^
83•/.

!U
90Y.

1_4
89Y.

h9019.4 Acceptable Recovery.
-

DlBlank - 0800 WVC MAB 1245 CO Q.0 <2.0 Iu024.d

LT2-01 BOMC05 0918 water MAB 1256 Q.0 CO Q.0 haD2.1.4 -

--- 7,VI-01 BOMC06 0922 Water MAB I308 CO CO CO hA26.d -

----- ZVI-02 BOMC07 0922 Wefer MAB 1319 CO Q.0 CO he027.d -

--- 183N BOMLF7 0758 Water MAB 1330 52 <2.0 <2.0 Id128.d: 12/09/97 -

ZT1-01 BOMC08 0924 water MAB 1341 20 2709 6.6 ba0294 -

LWl-01 BOMC09 0926 Water MAX 1352 23 4744 9.3 1u0304 -

LW2-01 BOMC10 0928 water MAB 1403 3.4 600 2.1 Iu031.d -

LW3-01 BOMC 11 0937 water MAB 1414 Q.0 162 Q.0 1u032.d; Taken @ manifold bldg.

LW4-01 BOMC12 0939 water MAB 1426 27 4037 3.4 hA33.d; Taken ® amnifold bldg.

LW5-01 BOMC13 0943 water MAB 1436 24 2005 10 he034.d: Taken ® maoifold bldg. -

LW6-01 BOMC 14 0945 Water MAB 1448 14 157 Q.0 he035.d; Taken ® manifold bldg. -

----- DIBlaok - 0800 Water MAB 1458 Q.0 Q.0 Q.0 b036.d -

3000u8/L
C+Il check - 0835 Wafa MAB 1509 102Y. 117Y. 107b. Iu037.4 Acceptable recovery.

-- --

DlBlaok

Blank

-

-

0800

-

Water

Air

MAB

MAB

1520

0955

Q.0

PPm

<1.0

Q.0

PPm

<1.0

CO

PPm

NAF

b038.d

B&K 1302 -

_^

27.6ppm
Cal' chmk

- - Air MAB 0957 <1.0
90Y.

NAF B&K 1302
Acceptable recovery.

-

ZA3-0I BOMBM2 0931 Air MAB 0959 <1.0 <I.0 NAF BAK 1302

Z-A2-0I BOMBMI 0929 Air MAB 1001 <1.0 17.8 NAfr BB.1C 1302

Blank - - Air MAB 1003 <1.0 q.0 NAF BRIC 1302

For inswmen[ operation information, please refer to logbook EL-1329 page 126. -



200-ZP-1 Daily Activity Log
Date: 12/04/97

0755 Arriv o^o laboratory trailer located at Z-9 crib area. Turned on HP 5890 S/N
3235 85 gas chromatograph and HP 7694 headspace analyzer. Loaded methods
HSECDFID.MTH (BP 5890) and HSECDFID.HSM (HP 7694) .

0757 Turned on B&K 1302.
0805 Split flow = 40.5 ml:Amin. Septum purge = 3.07 mL/min.
0810 Prepared new sample sequence "Z120497.S"
0815 Prepared calibration standards of 5, 100, 200, 2000, 4000, and 8000 ug/L and calibration

check standards of 5 and 3000 ug/L
0835 Prepared 183-N sample for analysis. Transferred 10 mL sample to clean 20 mL HP vial

using a p ipette.
0845 Exited laboratory trailer to collect process water and air samples.
0921 Returned to laboratory trailer with samples. Process samples from extraction wells E0-3,

E0-4 E0-5, and E0-6 collected from manifold house.
0928 Started calibration of HP 5890 gas chromatograph.
0928 Started analysis of process air samples using the B&K 1302 FTIR S/N 1747619 gas

analyzer.
0936 Completed analysis of process air samples. Analysis results are found on the following

data sheet.
1022 Completed calibration ofHP 5890 gas chromatograph. Calibration curves are

acceptable.
1055 5 ug/L calibration check: DCM = 5.14 (103%), TCM = 5.64 (113%), CCL = 6.62

(132%), TCE = 5.73 (115%), PCE = 5.76 (115%). High response for CCI., updated
level 1 of the calibration table for all components prior to analysis of process samples.

1117 5 ug/L calibration check: DCM = 5.58 (112%), TCM = 5.64 (113%), CCL = 5.91
118% TCE = 5.59 (112% , PCE = 5.33 ( 107%) . Acceptable recoveries.

1138 Started analysis of process water samples.
1328 Completed analysis of process water samples.
1350 3000 ug/L calibration check: DCM = 2993 (100%), TCM = 3094 (103%), CCL = 3618

( 121%), TCE = 3324 (111% , PCE = 3543 ( 118%) . Acceptable recoveries.
1550 Loaded standbv method. shut down e ui ment, left site.

.

^ . ^ ^ ^.U, ^ 1,/
- I --



MOBILE LABORATORY DATA/LOG SDEET

Site Name: 200-ZP-1 Phase III & 183-N Date: 12/04/97

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CCI4
ug/L

TCE
ug/L

DIBlank - 0800 Water MAB 1044 CO CO Q.0 be013.d

Sug/L
Cal, check - 0820 Water MAB 1055

I,,¢
113•/.

U
132•/.

11
115%

ha014.d; High raep. fect CC14, Cal.
table Ll updated to for all comp.

DlBlank - 0800 Water MAB 1106 CO CO CO hs015.d

Sug/L
Cal. check - 0820 Water MAB 1117

$&
113Y.

5Q
118Y.

J,¢
112•/.

hs016.d; Acceptable Reeovery.

DlBlaok - 0800 Water MAB 1127 <2.0 CO Q.0 ha017.d

Z-T2-01 BOMBY4 0852 Water MAB 1138 <2.0 3.1 CO hsOl8.d;

Z,T2-01 BOMBYS 0852 Water MAB 1149 t2.0 CO <2,0 ha019.d;

Z-VI-01 BOMBY6 0854 Water MAB 1200 CO CO CO he020.d

183N 20MK48 1021 Water MAB 1211 54 <2.0 <1.0 ha0214 12/03/97

ZTl-01 BOMBYS 0856 Water MAB 1222 13 1852 3.9 ha022.d

71Wl-01 BOMBY9 0857 Watet MAH 1233 25 4839 9.2 h9023.d

ZW2-01 BOMCOO 0859 Water MAB 1244 2.8 695 Q.0 ha024.d

Z.W3-01 BOMC01 0909 Water MAB 1255 2.0 580 CO h9025.d;Takea(ajmeaifaldbldg.

Z-W4-01 BOMC02 0911 Water MAB 1306 26 2743 2.2 bs026.d; Taken (a3 moyfold bldg.

z-WS-01 BOMC03 0915 Water MAB 1317 25 1974 10 ha027.d; Taken (a3 aanifold bidg.

Z-W6-01 BOMC04 0917 Water MAB 1328 22 198 CO hs028.d; Taken @ manifold bldg.

DIBlaak -- 0800 Water MAB 1339 Q.0 CO <2.0 hs029.d

3000ug/L
Cal. check -- 0820 Water MAB 1350

3094.
103•/. 121Y. 111%

Ctip fahU acOptly

ha030.d;

DIBlaok

;, ^ ,... ...

Blank

-

, a<.,..

0800

ME

Water

MO
Air

MAB

Iv1AB

1401

0928

CO

PPm

<1.0

CO

PPm

<1.0

CO

PDm

NAF

hs031.d

.... -...:

BBcK 1302

27.6 ppm
Cal. check

_ - Air MAB 0930 <1.0 ^
89•/.

NAF B&K 1302
Acceptable recovery.

ZA3-01 BOMBMO 0903 Alr MAB 0932 <1.0 <1.0 NAF B&K 1302

Z.-A2-01 BOMBL9 0901 Air MAB 0934 <1.0 18.5 NAF BSK 1302

Blank - - Air MAB 0936 <1.0 <1.0 NAF BA.K 1302



200-ZP-1 Daily Activity Log
Date: 11/25/97

0730 ^,t laboratory trailer located at Z-9 crib area. Turned on HP 5890 S/NArrivg,^,g^3i ^
3235`'4."j.16'8.5 gas chromatograph and HP 7694 headspace analyzer. Loaded methods

HSECDFID.MTH 5890) and HSECDFID.HSM (HP 7694) .

0735 Turned on B&K 1301.
0740 Split flow = 39.8 mUmin. Septum purge = 3.42 mLJmin.

0745 Prepared new sample sequence "Z112597.5"

0750 Prepared calibration standards of 5, 100, 200, 2000, 4000, and 8000 ug/L and calibration
check standards of 5 and 3000 ug/L

0820 Exited laboratory trailer to collect process water and air samples.

0859 Started calibration ofHP 5890 gas chromato a h.
0900 Returned to laboratory trailer with samples. Process samples from extraction wells E0-3,

E0-4 E0-5 and E0-6 collected from manifold house.

0905 Prepared 200-ZP-1 GW samples for analysis. Transferred 10 mL of each sample to clean

20 mL HP vial using the syringe transfer method.

0930 Prepared 183N samples for analysis. Transferred 10 mL of each sample to clean 20 mL
HP vial using the syringe transfer method.

0945 Started analysis of process air samples using the B&K 1302 FTIR S/N 1747619 gas

analyzer.
0953 Completed calibration ofHP 5890 gas chromatograph. Calibration curves are

acceptable.
0953 Completed analysis of process air samples. Analysis results are found on the following

data sheet.
1026 5 ug/L calibration check: DCM = 4.68 (89%), TCM = 4.59 (92%), CCL = 5.01 (100%),

TCE = 4.66 (93%) , PCE = 4.41 (88%) . Acceptable recoveries.

1048 5 ug/L calibration check: DCM = 4.80 (96%), TCM = 5.09 (102%), CC4 = 5.01

( 100%), TCE = 4.66 (93%), PCE = 4.41 (88%) . Acceptable recoveries.

1116 Started analysis of process water samples.
1319 Completed analysis of process water sam les.

1342 3000 ug/L calibration check: DCM = 3631 (112%), TCM = 3496 (117%), CC14= 4006

(134%), TCE = 3771 (126%), PCE = 3984 (133%). li'igh recovery for CCL, TCE, and
PCE. Rerun standard.

1416 3000 ug/L calibration check: DCM = 3287 (110%), TCM = 3369 (112%), CCL = 3370

( 112%), TCE = 3459 ( 115%), PCE = 3491 ( 116%) . Acceptable Recoveries.

1440 Loaded standby method, shut down e ui ment, left site.



MOBILE LABORATORY DATA/LOG SHEET

SiteNamec200.ZP-1FbauIII&-Grenedwater --- Date: 11125/97

Sample
Number

BEIS
Number

Sample
Time

Sample
Type

Sampler
(Ioitiala) Analysis

Time

Analytical
Results

omments

TCM
ut/L

CC84

ug/L

TCE
ug/L

DlBleok - 0730 Water MAB 1013 Q.D 4.0 4.0 •bA13.d

SUBIL
Cal. check -

0750
Water MAB 1026

$2
164Y.

S3
177Y.

&l
166%

be014.d; Cal. table level I updtled
to rafleet higher RF. for all amp.

DIBlank - 0730 Watc MAB 1037 Q.0 Q.0 Q.0 b0015.d

51AWL
Cal. o6erk -

0750
water MAB 1048

12
104A

12
104v.

51
102v.

hW16.d; Aaeptable Recovery.

DIBlaat - 0730 WNer MAB 1059 Q.0 Q.0 Q.0 ba017.d

ZI2-0I BOb1BX4 0827 Water MAB 1116 CO CO CO bo018.d;

ZVI-01 BOMBXS 0829 Wuer hIAB 1127 CO CO CO. ha019.d

299-W15d9 90bfl769 1115 Water MAB 1138 3.2 35 <2.0 ba020.d; 11R4/97

18314 90)4172 0758 Wafa MAH 1149 70 <2.0 <2.0 1u021.d; 11/t5/97

ZTI-01 90M8X6 0831 Wauer MAB 1200 22 3682 8.6 ba022.d

ZW1-01 901.43X7 0833 Water MAB 1212 23 5000 9.7 b023.d

1-W2-01 30)48)18 0835 Water MAB 1223 14 3073 12 hs024.d

ZW3-0t BOM8X9 0844 Water MAB 1234 IS 3613 6.6 bA23.d;Tdcee(a;mmilaldbld8.

ZW4-01 BOMBYO 0846 Wafc MAB 1245 43 7023 7.0 bA76.d;Tatm@ auoi[oidbWB.

ZW5-01 B0MBY1 0853 Weter MAB 1257 25 2253 12 b+027.QTabm0 maaifddbWB.

ZW6-01 BOMBY2 0855 WSter MAB 1308 22 273 2.0 hWD29.4% Tatm ® woifold bWB.

LW6-01

Duplicate

BOMBY3 0855 Water MAB 1319
2.5 30 Q.0

ha029.d: Taken ® maoiiold bMg.

DIBtaoic - 0730 Water MAB 1331 4.0 Q.0 Q.0 ha030.d

^ - 0730
Water ^ 1342 117% 134%% 1uY.^ bA3Ld;HI86rocomoery,Raena.

DI Blaok - 0730 Water MAB 1353 Q.0 Q.0 CO ba032.d

3000ug/L
Cal. check -

0750

Water MAB 1416
ML
112Y.

UM
112Y.

Ida
115Y. b034.d; Ataptebla nawry.

DlBledc

Blank

-

-

0770

-

Water

Air

I`IAB

MAB

1427

0945

Q.0

PPm

<1.0

CO

PPm

<1.0

4.0

PPm

NAF

b033.d

B@IC 1302

27.6 ppm
Cal. check

- - Air MAB 0947 <1.0 a$
B6Y.

NAF Bd1C 1302
Acceptable navery.

ZA3-01 BOMBLS 0838 Air MAB 0949 <1.0 <1.0 NAF B&iC 1302

ZA2-01 BOMBL7 0836 Air INAB 0931 <1.0 17.8 NAF B&R 1302

Blank - - Air MAB 0953 <l.0 <I.0 NAF B&K 1302

1



200-ZP-1 Daily Activity Log
Date: 11/20/97

0750 Arriv-i)^^^^iaboratory trailer located at Z-9 crib area. Turned on HP 5890 S/N
74 gas chromatograph and HP 7694 headspace analyzer. Loaded methods323 44

HSECDFID.MTH 5890) and HSECDFID.HSM (BP 7694) .
0755 Turned on B&K 1301.
0800 Split flow = 40.3 mUmin. Septum purge = 3.06 mLlmin.

0810 Prepared new sam le sequence "Z112097.5"
0815 Prepared calibration standards of 5, 100, 200, 2000, 4000, and 8000 ug/L and calibration

check standards of 5 and 3000 ug/L
0845 Exited laboratory trailer to collect process water and air samples. Quarterly sampling

with Doug Bowers.
0915 Started calibration ofHP 5890 gas chromatograph.
1130 Returned to laboratory trailer with samples. Process samples from extraction wells E0-3,

E0-4 E0-5 and E0-6 collected from manifold house.
1010 Completed calibration ofHP 5890 gas chromatograph. Calibration curves are

acceptable.
1044 5 ug/L calibration check: DCM = 7.8 (155%), TCM = 8.2 ( 164%), CCI, = 8.3 (166%),

TCE = 8.3 ( 166%), PCE = 8.3 ( 166%). Recovery not within acceptable range for all
compounds. Updated level 1 of calibration table with the higher responses for this
calibration check prior to analysis of sam les.

1106 5 ug/L calibration check: DCM = 5.1 (102%), TCM = 5.2 ( 104%), CC4 = 5.2 (104%),
TCE = 5.1 ( 102%), PCE = 5.1 ( 102%) . Acceptable recoveries.

1143 Started analysis of process air samples using the B&K 1302 FT1R SIN 1747619 gas
anal er.

1151 Completed analysis of process air samples. Analysis results are found on the following
data sheet.

1129 Started analysis of process water samples.
1601 Completed analysis of process water samples.
1623 3000 ug/L calibration check: DCM = 3228 ( 108%), TCM = 3309 (110%), CCI4 = 3696

(123%), TCE = 3438 ( 115%), PCE = 3571 119% . Acceptable Recoveries.
1910 Loaded standby method, shut down e ui ment, left site.



MOBILIi LABORATORY DATA/LOG SHEET

Site Name: 200-7.P-1 Phase III Date: llnoro7

Sample
Number

HBIS
Number

Semple
Time

Sample
Type

Sampler
(Initials) Analysis

Time

Anelytleal
Re^ulb

omments

TCM
u`IL

CC14
a^/L

TCE
ayL

DIBLdc - 0800 Wata MAB 1033 CO CO CO hrD13.d

SUIVL
Cal. deok -

0815
water MAB

1044 LZ
1NY.

L2
177Y•

Ll
166%

hr014.$ Cal. table level I opdabd
to cefleet hi8hc RF. Or all amp.

DIBladc - 0800 Woter MAB 1055 Co CO Q.0 he01S.d

Sug(L
Cal.cbeck -

0815
Water MAB

1106 11
101Y.

11
104%

31
102%

hr016.d; AeeepthbN Raeorary.

DIBlanlc - 0800 Wac MAB I1l8 CO CO CO ha017.d

2:-72-01 B0b1BW4 0920 Waler MAB 1129 CO QO CO bA18.d;

ZVI-01 BOMBW5 0936 Waw MAB 1140 CO Q.0 CO he019.d

299-W1826 BObID63 1117 Waar MAH 1151 12 128 <2.0 bs0204 11/14/97

299-W18-26 BOMD64 1117 water MAB 1202 10 90 <2.0 bA21.d; 11/14/97

ZTI-01 B0IdH1V6 0942 water MAB 1212 24 3133 6.1 6+022.d

ZWI-01 B0A®W7 0957 Wata MAB 1223 23 3285 8.7 br023.d

Z-W2-01 BOMBWS 1009 water MAB 1234 13 3017 9.9 hs024.d

ZW3-01 BOMBW9 1033 water MAB 1245 5.6 1332 CO hsOdS.d; Telreo @ ma9lfold bidg.

ZW4-01 BOMBXO 1042 Wa6z MAB 1257 41 6318 4.6 bA26.d: Tatee @ maoitoid bldy

ZW5-0l BOMBXI 1105 water MAB 1308 25 2279 10 ho027.d; Takaa @ nvtoifold bWB.

ZW5-02

Duplicate

BOMBX2 1105 water MAB 1319
22 1785 8.2

ha028.d: Tdceo ® maeifold bWB.

LW6-01 BOI.ffiX3 1542 Water MAB 1601 17 183 CO hs029.d; Trkeo ® manifold bldy

DI Bleok - 0800 Wtla MAB 1612 CO Q.0 Q.0 hA30.d

^
check

_ 0815 W^
MAB

1623
110`^/. 12

Ift
3H. 115% hA31.d; Acceptable racovery.

DIBlaoic

Blank

-

-

0800

-

WYa

Air

MAB

MAB

1634

1143

4.0

PPm

<1.0

CO

PPm

<1.0

CO

PPm

NAF

hA32.d

BB.R 1302

27.6 ppan
Cal. oheek

Ak MAB 114S 1.27
91N.

NAP BB.K 1302
Acceptable scow ry.

Z-A3-01 BOMBTb 09:08 Air MAB 1147 <1.0 <1.0 NAP BkK 1302

ZA2-01 BOMBLS 09:06 Air MAB 1149 <1.0 15.9 NAF B8% 1302

Blenk - - A'i MAB 1851 <1.0 <1.0 NAF BA1C 1302

16jlI q--

--

l



200-ZP-1 Daily Activity Log
Date: 11/12/97

0745 ArrivjAp^^t^ laboratory trailer located at Z-9 crib area. Turned on HP 5890 S/N
3235447 85 gas chromatograph and HP 7694 headspace analyzer. Loaded methods
HSECDFID.MTH (HP 5890) and HSECDFID.HSM (IP 7694) .

0747 Turned on B&K 1301.
0755 Split flow = 39.8 mL/min. Septum purge = 3.27 mL/min.
0810 Prepared new sample sequence "Z111297.5"
0825 Prepared calibration standards of 5, 100, 200, 2000, 4000, and 8000 ug/L and calibration

check standards of 5 and 3000 ug/L
0850 Exited laboratory trailer to collect process water and air samples.
0928 Started calibration ofHP 5890 gas chromato a h.
0932 Returned to laboratory trailer with samples. Process samples from extraction wells E0-3,

E0-4 E0-5, and E0-6 collected from manifold house.
1007 Started analysis of process air samples using the B&K 1302 FTIR S/N 1747619 gas

analyzer.
1020 Prepared new 2000 ug/L calibration standard. First run abnormal.
1021 Completed analysis of process air samples. Analysis results are found on the following

data sheet.
1043 Completed calibration ofHP 5890 gas chromatograph. Calibration curves are

acceptable.
1105 Prepared new 1000 ug/L working standard from # 52893 parent stock of custom VOA

mix (2000 u mL . 250 uL methanol + 250 uL parent stock. (For use at later date)
1116 5 ug/L calibration check: DCM = 4.8 (95%), TCM = 5.2 (104%), CCL = 6.5 (131%),

TCE = 5.6 (112%), PCE = 5.3 (107%). Recovery not within acceptable range for CCL,.
Updated level 1 of calibration table with the higher responses (all compounds) for this
calibration check prior to analvsis of samples.

1137 5 ug/L calibration check: DCM = 5.0 (99%), TCM = 4.8 (96%), CCL = 5.0 (100%),
TCE = 5.0 99% PCE = 5.1 ( 101%) . Acceptable recoveries.

1159 Started analysis of process water samples.
1338 Com leted analysis of process water samples.
1359 3000 ug/L calibration check: DCM = 3098 (103%), TCM = 3202 (107%), CCL = 3579

119% TCE = 3381 ( 113%), PCE = 3523 117% . Acceptable Recoveries.
1445 Loaded standbv method, shut down e ui ment, left site.



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-1 Phase III Date: 11/12/97

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(luitials) Analysis

Time

Analytical
Results

omments

TCM
ug/L

CC14
ug/L

TCE
ug/L

DI Blank - 07:45 Water MAB 11:05 <2.0 <2.0 Q.0 h90l5.d

5u8/L
Cal. check - 0825 Water MAB 11:16

12
104Y.

U
131Y.

5,¢
112%

hs016.d; Cal. table level 1 updated
to reflect higber R.F. for all comp.

DI Blank - 07:45 Water MAB 1127 Q.0 <2.0 CO bs0l7.d

Su8/L
Cal. check - 10:15 Water MAB 11:37

41
96Y.

M
100•/.

1.Q
100Y.

hs018.d; Acceptable Recovery.

DIBlank - 07:45 Water MAB 11:48 Q.0 <2.0 <2.0 hs019.d

2'^T2-01 BOWV4 08:57 Water MAB 11:59 <2.0 <2.0 <2.0 bs020.d;

7,VI-0l BOMBVS 08:59 Water MAB 12:10 Q.0 <2.0 Q.0 hs021.d

ZTl-01 BOMBV6 09:01 Water MAB 1221 25. 3723. 7.8 he022.d

LWl-01 BOMBV7 09:05 Water IvfAB 12:31 29. 5881. 11. b9023.d

Z-W2-01 BOIb1BV8 09:07 Water MAB 12:42 15. 3427. 12. ha024.d

LW3-01 BOUBV9 09:18 Water MAB 12:54 19. 3289. 5.4 hs025.d; Taken (a) manifold bldg.

ZW4-01 BOMBWO 0920 Water MAB 13:05 46. 6927. 5.6 hs026.d; Taken @ manifold bldg.

Z-W4-02

Duplicate

BOMBW 1 0920 Water MAB 13:16 50. 7110. 5.7 h9027.d; Taken (a) manifold bldg.

ZW5-01 B0MBW2 0927 Water MAB 13:38 29. 2551. 13. hs029.d; Taken ® mutifold bldg

?'rW6-01 BOMBW3 0929 Water MAB 1327 24. 270. Q.0 ha028.d; Taken @ manifold bldg.

DI Blank - 07:45 Water MAB 13:48 <2.0 Q.0 Q.0 hs030.d

3000tWi,
Cal. check - 0825 Water MAB 13:59

3242.
107•/.

3^73,
119Y.

U$1.
113% hs031.d; Acceptable recovery.

DI Blaak

Blank

-

-

07:45

-

Water

Air

MAB

MAB

14:10 CO

PPm

<1.0

Q.0

PPm

<I.0

Q.0

PPm

NAF

hs032.d

:

B&K 1302

Cal6chx - - Air MAB c^9'Y.59Tv±'
^

1.27 jy,,f
89%

NAF B&K 1302
Acceptable recovery.

Z-A3-01 BOtvIBL4 09:11 Air MAB °^tB9t ^ <1.0 <1.0 NAF B&K 1302

ZrA2-01 BOIv>BL3 09:10 Air MAB 4" ^ <1.0 17.7 NAF B&K 1302

Blank - - Air MAB ^'j6A5 <1.0 <1.0 NAF BBcK 1302



MOBILE LABORATORY DATA/LOG SHEET

Site Name: 200-ZP-t Phase III Datec 11105q7

Blank -
-

- A'v MAB 10:05
-

<l.0
-

<1.0
-

NAF
-

BgIC 1302
-- ' ' . / ^

-^

Sample
Number

HEIS
Number

Sample
Time

Sample
Type

Sampler
(Iaitiala) Analysis

Time

Analytical
Results

omments

TCM
uQ/L

CC14
ua/L

TCE
uP/L

DIBlenk - 0820 Water MAB 10:42 4.0 CO Q.0 bA13.d

5u8/L
Cel. check - 0825 Watar MAB 10:53

^q
122%

72
14S'.

¢,j
134Y.

he014.d; Cal. table level 1 upde6ed
to reflect higher RF. for all camp.

DIBlank - 08:20 Water MAB 11A4 Q.0 Q.0 Q.0 1ui015.d

ZT2^01 BOMBT3 09:04 Water MAB 11:16 Q.0 Q.0 Q.0 ba016.d;

LVl-01 BOMBT4 09:06 Water MAB 1127 Q.0 3.1 Q.0 ba017.d

5ug2
Cal. check - 1120 Water MAB 11:38

q,^
90%

9,j
8P/.

9,j
84Y.

hs018.d;Acceptable Recovery.

DI BlmJc - 0820 Water MAB 11:49 Q.0 Q.0 4.0 be019.d

LT1-01 BOMBTS 09:08 Water MAB 12.,00 24. 3606. 7.6 Iu020.d

LWI-01 BOM8T6 09:10 Water MAB 12:11 28. 5134. 9.8 ba021.d

ZW2-01 BOMB77 09:11 Water MAB 12:22 16. 3516. 13. ha022.d

Z-W3-01 BOMBT8 0921 Water MAB 12:33 20. 3551. 5.5 be023.4 Tekea ® meoifold bWB.

ZW3-02

Duplicate

BOMBT9 0921 Water MAB 12:44 17. 2665. 3.9 N024.d;Talcen®hmoifoldbWB.

Z.W4^01 BOMBVO 0923 Water MAB 12:55 47. 6466. 4.3 1uO25.d; Tekea ® meni(old bldg.

DI Bleolc - 0820 Water MAB 13:46 Q.0 Q.0 4.0 hiO01.d

ZW5-01 BOMBVI 0927 Water MAB 13:57 26. 1965. 10. hA02.d; Taken ® manifold bldg.

ZW6-01 BOMBV2 0929 Water MAB 14:08 23. 276. Q.0 hn003.d: Taken @ manifold bldg.

DIBlaok - 0820 Water MAB 14:19 Q.0 Q.0 Q.0 Le004.d

ZVl-02 BOMBV3 12:13 Water MAB 14:30 Q.0 2.9 Q.0 bi005.d

3000u8/L
Cal. oheck - 0825 Water MAB 14:41

^j^.
10TA

^.
117Y.

^.
1137. he006.4 Acceptable recovery.

DI Blanl[

Blank

-

-

0820

-

Watm

Air

MAB

MAB

14:52

09:57

Q.0

Ppm

<1.0

Q.0

PPm

<1.0

Q.0

PPm

NAF

ba007A

BdcK1302

27.6 ppm
Cal. oherk

_ - Au
.

MAB 09:59 1.27
89•h

NAF_ BdIC 1302
Acceptable rscovery.

Z^A3-01 BOMBI2 09:14 Air MAB 10:01 <1.0 <1.0 NAF BdK 1302

ZA2-01. B0MBL1 09:13 Air MAB 10:03 <1.0 18.8 NAF BA]C 1302
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