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B302L2 M6W0V1AAWC0076 I15-024        J5E260440-19 M6W0V1AA 5146045

B302L6 M6W0W1AA J5E260440-20 M6W0W1AA 5146045

B302N4 M6W0X1AAI15-024        J5E260440-21 M6W0X1AA 5146045

B302P7 M6W001AAJ5E260440-22 M6W001AA 5146045

B30H93 M6XK61AAI15-019        J5E280434-2 M6XK61AA 5148028

B30H94 M6XK51AAJ5E280434-1 M6XK51AA 5148029

B30M99 M6XK71AAI15-021        J5E280435-1 M6XK71AA 5148029

B30N84 M6XLA1AAS15-004        J5E280436-2 M6XLA1AA 5148029

B30N84 DUP M6XLA1ACJ5E280436-2 M6XLA1AC 5148029

B30N85 M6XK91AAJ5E280436-1 M6XK91AA 5148029

B30PN7 M6XK81AAI15-021        J5E280435-2 M6XK81AA 5148028

B30W84 M6WX71AAI15-024        J5E260440-1 M6WX71AA 5146043

B30W88 M6W0K1AAJ5E260440-11 M6W0K1AA 5146044

B30W88 DUP M6W0K1ADJ5E260440-11 M6W0K1AD 5146044

B30W89 M6WX81AAJ5E260440-2 M6WX81AA 5146043

B30W92 M6W0L1AAJ5E260440-12 M6W0L1AA 5146044

B30W94 M6WX91AAJ5E260440-3 M6WX91AA 5146043

B30W98 M6W0M1AAJ5E260440-13 M6W0M1AA 5146044

B30W99 M6W0A1AAJ5E260440-4 M6W0A1AA 5146043

B30WC2 M6W0N1AAJ5E260440-14 M6W0N1AA 5146044

B30WC3 M6W0C1AAJ5E260440-5 M6W0C1AA 5146043

B30WF1 M6W0P1AAJ5E260440-15 M6W0P1AA 5146044

B30WF2 M6W0D1AAJ5E260440-6 M6W0D1AA 5146043

B30WF7 M6W0E1AAJ5E260440-7 M6W0E1AA 5146043

B30WH5 M6W7D1AAJ5E270422-16 M6W7D1AA 5147076

B30WH6 M6W671AAJ5E270422-11 M6W671AA 5147077
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Client Sample ID (List Order) Lot-Sa No.         Work OrderSDG No.

Report No.: 66250

Order No. Report DB ID     Batch No.

Results in this report relate only to the sample(s) analyzed.

B30WJ5 M6XXH1AAWC0076 I15-024        J5E290428-4 M6XXH1AA 5149066

B30WJ5 DUP M6XXH1ADJ5E290428-4 M6XXH1AD 5149066

B30WJ6 M6XXJ1AAJ5E290428-5 M6XXJ1AA 5149066

B30WJ7 M6XXF1AAJ5E290428-2 M6XXF1AA 5149069

B30WJ8 M6XXE1AAJ5E290428-1 M6XXE1AA 5149069

B30WK0 M6XXK1AAJ5E290428-6 M6XXK1AA 5149066

B30WK2 M6XXG1AAJ5E290428-3 M6XXG1AA 5149069

B30WK6 M6W571AAJ5E270419-17 M6W571AA 5147074

B30WK7 M6W5V1AA J5E270419-10 M6W5V1AA 5147078

B30WL0 M6W6A1AAI15-024        J5E270419-18 M6W6A1AA 5147074

B30WL2 M6W5X1AAJ5E270419-11 M6W5X1AA 5147078

B30WM2 M6W5Q1AAJ5E270419-8 M6W5Q1AA 5147078

B30WN1 M6W5P1AAJ5E270419-7 M6W5P1AA 5147078

B30WN5 M6W0Q1AAJ5E260440-16 M6W0Q1AA 5146044

B30WN6 M6W0F1AAJ5E260440-8 M6W0F1AA 5146043

B30WP1 M6W0G1AAJ5E260440-9 M6W0G1AA 5146043

B30WP5 M6W7C1AAJ5E270422-15 M6W7C1AA 5147076

B30WP5 DUP M6W7C1ADJ5E270422-15 M6W7C1AD 5147076

B30WP6 M6W681AAJ5E270422-12 M6W681AA 5147077

B30WP9 M6W7E1AAJ5E270422-17 M6W7E1AA 5147076

B30WR1 M6W7A1AAJ5E270422-14 M6W7A1AA 5147077

B30WR1 DUP M6W7A1ACJ5E270422-14 M6W7A1AC 5147077

B30WR5 M6W7F1AAJ5E270422-18 M6W7F1AA 5147076

B30WR6 M6W691AAJ5E270422-13 M6W691AA 5147077

B30WT9 M6W7P1AAJ5E270422-26 M6W7P1AA 5147076

B30WV1 M6W611AAJ5E270422-5 M6W611AA 5147077

B30WV6 M6W7N1AAJ5E270422-25 M6W7N1AA 5147076

B30WV7 M6W7M1AAJ5E270422-24 M6W7M1AA 5147076

B30WV8 M6W621AAJ5E270422-6 M6W621AA 5147077

B30WV9 M6W631AAJ5E270422-7 M6W631AA 5147077

B30WX3 M6W6N1AAJ5E270419-25 M6W6N1AA 5147074

B30WX4 M6W5K1AAJ5E270419-5 M6W5K1AA 5147078

B30WX7 M6W0R1AAJ5E260440-17 M6W0R1AA 5146045

B30WX7 DUP M6W0R1ADJ5E260440-17 M6W0R1AD 5146045

B30WX9 M6W0H1AA J5E260440-10 M6W0H1AA 5146043

B30WX9 DUP M6W0H1ACJ5E260440-10 M6W0H1AC 5146043

B30WY3 M6W7L1AAI15-024        J5E270422-23 M6W7L1AA 5147076

B30WY4 M6W661AA J5E270422-10 M6W661AA 5147077
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Client Sample ID (List Order) Lot-Sa No.         Work OrderSDG No.

Report No.: 66250

Order No. Report DB ID     Batch No.

Results in this report relate only to the sample(s) analyzed.

B30WY9 M6W5M1AAWC0076 I15-024        J5E270419-6 M6W5M1AA 5147078

B30X04 M6W7K1AAJ5E270422-22 M6W7K1AA 5147076

B30X05 M6W7J1AAJ5E270422-21 M6W7J1AA 5147076

B30X06 M6W641AAJ5E270422-8 M6W641AA 5147077

B30X07 M6W651AAJ5E270422-9 M6W651AA 5147077

B30X12 M6W551AAJ5E270419-16 M6W551AA 5147074

B30X12 DUP M6W551ADJ5E270419-16 M6W551AD 5147074

B30X13 M6W5T1AAJ5E270419-9 M6W5T1AA 5147078

B30X17 M6W6M1AAJ5E270419-24 M6W6M1AA 5147074

B30X18 M6W5J1AAJ5E270419-4 M6W5J1AA 5147078

B30XC4 M6W5F1AAJ5E270419-2 M6W5F1AA 5147078

B30XC5 M6W5H1AAJ5E270419-3 M6W5H1AA 5147078

B30XD8 M6W0T1AAJ5E260440-18 M6W0T1AA 5146045

B30XJ1 M6W5E1AAJ5E270419-1 M6W5E1AA 5147078

B30XJ7 M6W501AAJ5E270419-12 M6W501AA 5147078

B30XJ8 M6W511AAJ5E270419-13 M6W511AA 5147078

B30XK0 M6W7H1AA J5E270422-20 M6W7H1AA 5147076

B30XK1 M6W7G1AAI15-024        J5E270422-19 M6W7G1AA 5147076

B30XK2 M6W6X1AAJ5E270422-3 M6W6X1AA 5147077

B30XK3 M6W6V1AAJ5E270422-1 M6W6V1AA 5147077

B30XK4 M6W601AAJ5E270422-4 M6W601AA 5147077

B30XK5 M6W6W1AAJ5E270422-2 M6W6W1AA 5147077

B30XL2 M6W6C1AAJ5E270419-19 M6W6C1AA 5147074

B30XL5 M6W521AAJ5E270419-14 M6W521AA 5147078

B30XL7 M6W541AAJ5E270419-15 M6W541AA 5147078

B30XL7 DUP M6W541ACJ5E270419-15 M6W541AC 5147078

B30Y30 M6XW41AAS15-005        J5E290427-4 M6XW41AA 5149069

B30Y31 M6XW21AAJ5E290427-2 M6XW21AA 5149069

B30Y32 M6XW31AAJ5E290427-3 M6XW31AA 5149069

B30Y33 M6XW11AAJ5E290427-1 M6XW11AA 5149069

B30Y51 M6XK41AAJ5E280433-15 M6XK41AA 5148028

B30Y52 M6XKQ1AAJ5E280433-5 M6XKQ1AA 5148029

B30Y54 M6XKR1AAJ5E280433-6 M6XKR1AA 5148029

B30Y91 M6XKL1AAJ5E280433-1 M6XKL1AA 5148029

B30Y92 M6XKT1AAJ5E280433-7 M6XKT1AA 5148029

B30Y95 M6XKM1AAJ5E280433-2 M6XKM1AA 5148029

B30Y96 M6XKV1AAJ5E280433-8 M6XKV1AA 5148029

B30YY6 M6W6Q1AAJ5E270420-1 M6W6Q1AA 5147074
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Client Sample ID (List Order) Lot-Sa No.         Work OrderSDG No.

Report No.: 66250

Order No. Report DB ID     Batch No.

Results in this report relate only to the sample(s) analyzed.

B31019 M6XQL1AAWC0076 S15-005        J5E290412-1 M6XQL1AA 5149055

B31020 M6XQM1AAJ5E290412-2 M6XQM1AA 5149055

B31031 M6XW61AAJ5E290427-6 M6XW61AA 5149069

B31032 M6XW51AAJ5E290427-5 M6XW51AA 5149069

B31034 M6XW81AAJ5E290427-8 M6XW81AA 5149069

B31035 M6XW91AAJ5E290427-9 M6XW91AA 5149069

B31036 M6XW71AAJ5E290427-7 M6XW71AA 5149069

B31037 M6XXA1AA J5E290427-10 M6XXA1AA 5149069

B31039 M6XXC1AAS15-005        J5E290427-11 M6XXC1AA 5149069

B31040 M6XXD1AAJ5E290427-12 M6XXD1AA 5149069

B31042 M6XWX1AAJ5E290426-1 M6XWX1AA 5149069

B31043 M6XW01AAJ5E290426-2 M6XW01AA 5149069

B31048 M6XQR1AAJ5E290412-5 M6XQR1AA 5149055

B31049 M6XQT1AAJ5E290412-6 M6XQT1AA 5149055

B31049 DUP M6XQT1ACJ5E290412-6 M6XQT1AC 5149055

B31054 M6XQQ1AAJ5E290412-4 M6XQQ1AA 5149055

B31055 M6XQP1AAJ5E290412-3 M6XQP1AA 5149055

B31057 M6XK01AAJ5E280433-11 M6XK01AA 5148029

B31058 M6XK11AAJ5E280433-12 M6XK11AA 5148029

B31060 M6XKX1AA J5E280433-10 M6XKX1AA 5148029

B31061 M6XKN1AAS15-005        J5E280433-3 M6XKN1AA 5148029

B31062 M6XKW1AAJ5E280433-9 M6XKW1AA 5148029

B31063 M6XKP1AAJ5E280433-4 M6XKP1AA 5148029

B312L7 M6W6F1AA J5E270419-20 M6W6F1AA 5147074

B312N9 M6W6P1AAI15-024        J5E270419-26 M6W6P1AA 5147074

B312P5 M6W6K1AAJ5E270419-22 M6W6K1AA 5147074

B312P6 M6W6H1AAJ5E270419-21 M6W6H1AA 5147074

B312P9 M6W6L1AAJ5E270419-23 M6W6L1AA 5147074

B312R8 M6XK31AAS15-005        J5E280433-14 M6XK31AA 5148028

B312R9 M6XK21AAJ5E280433-13 M6XK21AA 5148028

B312R9 DUP M6XK21ADJ5E280433-13 M6XK21AD 5148028

B314V4 M6X0P1AAS15-006        J5E290429-33 M6X0P1AA 5149066

B314V5 M6XXN1AAJ5E290429-3 M6XXN1AA 5149068

B314V7 M6XXP1AAJ5E290429-4 M6XXP1AA 5149068

B314W9 M6X0Q1AAJ5E290429-34 M6X0Q1AA 5149066

B314X0 M6XXX1AA J5E290429-10 M6XXX1AA 5149068

B314X2 M6XXW1AAS15-006        J5E290429-9 M6XXW1AA 5149068

B31509 M6XWP1AAJ5E290424-1 M6XWP1AA 5149062
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Client Sample ID (List Order) Lot-Sa No.         Work OrderSDG No.

Report No.: 66250

Order No. Report DB ID     Batch No.

Results in this report relate only to the sample(s) analyzed.

B31510 M6XWQ1AAWC0076 S15-006        J5E290424-2 M6XWQ1AA 5149062

B31510 DUP M6XWQ1ACJ5E290424-2 M6XWQ1AC 5149062

B31514 M61FP1AAJ5F070411-2 M61FP1AA 5158010

B31516 M61FN1AAJ5F070411-1 M61FN1AA 5158010

B31519 M61HT1AAJ5F080407-1 M61HT1AA 5159022

B31521 M61HV1AAJ5F080407-2 M61HV1AA 5159022

B31521 DUP M61HV1ACJ5F080407-2 M61HV1AC 5159022

B31530 M6X0H1AAJ5E290429-27 M6X0H1AA 5149067

B31531 M6X0J1AAJ5E290429-28 M6X0J1AA 5149067

B31534 M6XX81AAJ5E290429-19 M6XX81AA 5149068

B31535 M6XX91AA J5E290429-20 M6XX91AA 5149068

B31540 M6X0W1AAS15-006        J5E290429-38 M6X0W1AA 5149065

B31541 M6X0V1AAJ5E290429-37 M6X0V1AA 5149065

B31542 M6XXL1AAJ5E290429-1 M6XXL1AA 5149069

B31543 M6XXT1AAJ5E290429-7 M6XXT1AA 5149068

B31546 M6XXM1AAJ5E290429-2 M6XXM1AA 5149069

B31546 DUP M6XXM1ACJ5E290429-2 M6XXM1AC 5149069

B31547 M6XXV1AAJ5E290429-8 M6XXV1AA 5149068

B31554 M6X0R1AAJ5E290429-35 M6X0R1AA 5149066

B31555 M6XX01AAJ5E290429-11 M6XX01AA 5149068

B31557 M6XX11AAJ5E290429-12 M6XX11AA 5149068

B31559 M6XX21AAJ5E290429-13 M6XX21AA 5149068

B31560 M6XX31AAJ5E290429-14 M6XX31AA 5149068

B31571 M6XX61AAJ5E290429-17 M6XX61AA 5149068

B31573 M6XX71AAJ5E290429-18 M6XX71AA 5149068

B31583 M6X0T1AAJ5E290429-36 M6X0T1AA 5149065

B31583 DUP M6X0T1ADJ5E290429-36 M6X0T1AD 5149065

B31584 M6X0X1AAJ5E290429-39 M6X0X1AA 5149065

B31585 M6X0L1AA J5E290429-30 M6X0L1AA 5149067

B31586 M6X0D1AAS15-006        J5E290429-23 M6X0D1AA 5149067

B31589 M6X0K1AAJ5E290429-29 M6X0K1AA 5149067

B31590 M6X0E1AAJ5E290429-24 M6X0E1AA 5149067

B31592 M6XX51AAJ5E290429-16 M6XX51AA 5149068

B31593 M6XX41AAJ5E290429-15 M6XX41AA 5149068

B315J5 M6XXQ1AAJ5E290429-5 M6XXQ1AA 5149068

B315J6 M6XXR1AAJ5E290429-6 M6XXR1AA 5149068

B315K3 M6X0A1AAJ5E290429-21 M6X0A1AA 5149068

B315K4 M6X0C1AAJ5E290429-22 M6X0C1AA 5149068
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Client Sample ID (List Order) Lot-Sa No.         Work OrderSDG No.

Report No.: 66250

Order No. Report DB ID     Batch No.

Results in this report relate only to the sample(s) analyzed.

B315K4 DUP M6X0C1ACWC0076 S15-006        J5E290429-22 M6X0C1AC 5149068

B315K8 M61F71AAJ5F070411-16 M61F71AA 5159019

B315K9 M61F61AAJ5F070411-15 M61F61AA 5159019

B315K9 DUP M61F61ADJ5F070411-15 M61F61AD 5159019

B315L0 M61F41AAJ5F070411-13 M61F41AA 5158010

B315L1 M61F11AA J5F070411-10 M61F11AA 5158010

B315L4 M61F51AAS15-006        J5F070411-14 M61F51AA 5158010

B315L4 DUP M61F51ACJ5F070411-14 M61F51AC 5158010

B315L5 M61F01AAJ5F070411-9 M61F01AA 5158010

B315L8 M6X0F1AAJ5E290429-25 M6X0F1AA 5149067

B315L9 M6X0G1AAJ5E290429-26 M6X0G1AA 5149067

B315M1 M61FQ1AAJ5F070411-3 M61FQ1AA 5158010

B315M2 M61FR1AAJ5F070411-4 M61FR1AA 5158010

B315R7 M61FT1AAJ5F070411-5 M61FT1AA 5158010

B315R8 M61FV1AAJ5F070411-6 M61FV1AA 5158010

B315T0 M61F31AAJ5F070411-12 M61F31AA 5158010

B315T1 M61FW1AAJ5F070411-7 M61FW1AA 5158010

B315T2 M61F21AAJ5F070411-11 M61F21AA 5158010

B315T3 M61FX1AAJ5F070411-8 M61FX1AA 5158010

B315V5 M6X0M1AAJ5E290429-31 M6X0M1AA 5149067

B315V8 M6X0N1AAJ5E290429-32 M6X0N1AA 5149067

B315V8 DUP M6X0N1ACJ5E290429-32 M6X0N1AC 5149067

B315Y9 M61DH1AAJ5F050420-4 M61DH1AA 5156038

B31600 M61DG1AAJ5F050420-3 M61DG1AA 5156038

B31601 M61DF1AAJ5F050420-2 M61DF1AA 5156039

B31602 M61DE1AAJ5F050420-1 M61DE1AA 5156039

B316B5 M61F81AAJ5F070411-17 M61F81AA 5159019

B316C5 M61HW1AAJ5F080407-3 M61HW1AA 5159019

B316V9 M6X5Q1AAJ5F010407-1 M6X5Q1AA 5153019

B316W7 M61HX1AAJ5F080407-4 M61HX1AA 5159019

B31707 M61LN1AAJ5F080419-3 M61LN1AA 5159044

B31708 M61LP1AAJ5F080419-4 M61LP1AA 5159044

B31712 M61LM1AAJ5F080419-2 M61LM1AA 5159044

B31718 M61VX1AAJ5F090424-1 M61VX1AA 5160084

B31722 M61LL1AAJ5F080419-1 M61LL1AA 5159044

B31722 DUP M61LL1ADJ5F080419-1 M61LL1AD 5159044

B31725 M61V21AAJ5F090424-4 M61V21AA 5160084

B31726 M61V01AAJ5F090424-2 M61V01AA 5160084
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Client Sample ID (List Order) Lot-Sa No.         Work OrderSDG No.

Report No.: 66250

Order No. Report DB ID     Batch No.

Results in this report relate only to the sample(s) analyzed.

B31734 M61J71AAWC0076 S15-006        J5F080414-1 M61J71AA 5159043

B31734 DUP M61J71ADJ5F080414-1 M61J71AD 5159043

B31737 M61J81AAJ5F080414-2 M61J81AA 5159043

B31757 M61V11AAJ5F090424-3 M61V11AA 5160084

B317W4 M6X5T1AAW15-006        J5F010409-1 M6X5T1AA 5153019

B317W5 M6X5V1AAJ5F010409-2 M6X5V1AA 5153019

B317W5 DUP M6X5V1ADJ5F010409-2 M6X5V1AD 5153019

B317X5 M61GG1AAJ5F070413-5 M61GG1AA 5159021

B317X9 M60HJ1AAJ5F030422-1 M60HJ1AA 5154033

B31802 M61GD1AAJ5F070413-2 M61GD1AA 5159021

B31805 M61GF1AAJ5F070413-4 M61GF1AA 5159021

B31811 M60WE1AAJ5F040410-1 M60WE1AA 5155014

B31811 DUP M60WE1ADJ5F040410-1 M60WE1AD 5155014

B31816 M61DP1AAJ5F050422-1 M61DP1AA 5156038

B31824 M61GE1AAJ5F070413-3 M61GE1AA 5159021

B31827 M61GC1AAJ5F070413-1 M61GC1AA 5159021

B31827 DUP M61GC1ADJ5F070413-1 M61GC1AD 5159021

B318B7 M61C71AAI15-028        J5F050419-1 M61C71AA 5156038

B318B7 DUP M61C71ADJ5F050419-1 M61C71AD 5156038

B318C9 M61VJ1AAJ5F090422-1 M61VJ1AA 5160084

B318C9 DUP M61VJ1ADJ5F090422-1 M61VJ1AD 5160084

B318D0 M61VT1AAJ5F090422-4 M61VT1AA 5160084

B318D8 M61VM1AAJ5F090422-2 M61VM1AA 5160084

B318D9 M61VP1AAJ5F090422-3 M61VP1AA 5160084

B318F4 M61DD1AAJ5F050419-6 M61DD1AA 5156038

B318H4 M61C91AAJ5F050419-3 M61C91AA 5156038

B318J1 M61VW1AAJ5F090422-6 M61VW1AA 5160084

B318P3 M60FR1AAI15-027        J5F030410-1 M60FR1AA 5154030

B318R4 M61DL1AAJ5F050421-3 M61DL1AA 5156038

B319Y7 M60FT1AAJ5F030410-2 M60FT1AA 5154030

B319Y8 M60CJ1AAJ5F020418-1 M60CJ1AA 5153038

B319Y9 M61DK1AAJ5F050421-2 M61DK1AA 5156037

B31B00 M61DJ1AAJ5F050421-1 M61DJ1AA 5156037

B31B00 DUP M61DJ1ADJ5F050421-1 M61DJ1AD 5156037

B31B06 M60HP1AAI15-028        J5F030425-1 M60HP1AA 5154033

B31B07 M60HQ1AAJ5F030425-2 M60HQ1AA 5154033

B31B08 M60HR1AAJ5F030425-3 M60HR1AA 5154033

B31B09 M61C81AAJ5F050419-2 M61C81AA 5156038

TestAmerica Inc

rptTALRchTitleC v5.3.6.2
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Certificate of Analysis 
 
CH2M Hill Plateau Remediation Company 
P.O. Box 1600 
Mail Stop – R3-60 
Richland, WA  99352 
 
June 30, 2015 
 
Attention:  Scot Fitzgerald 
_________________________________________________________________________ 
 
SAF Number   : I15-019, I15-021, I15-024, I15-027, I15-028, W15-006, S15-

004, S15-005, S15-006   
Date SDG Closed  : June 9, 2015 
Number of Samples  : Two-Hundred-Thirty-Three (233) 
Sample Type   : Water 
SDG Number   : WC0076 
Data Deliverable  : 30- Day/ Summary  
__________________________________________________________________________ 
 

CASE NARRATIVE 
 
I. Introduction 
Between May 26, 2015 and June 9, 2015, two-hundred-thirty-three samples were received at TestAmerica 
(TARL). Upon receipt, the samples were assigned laboratory ID numbers to correspond with the CH2M 
specific IDs. 
 
II. Sample Receipt 
The sample was received in good condition and no anomalies were noted during check-in.  
 
III. Analytical Results/Methodology 
The analytical results for this report are presented by laboratory sample ID.  Each set of data includes 
sample identification information, analytical results and the appropriate associated statistical errors. 
 
 The requested analyses were:  
    Chemical Analysis 
     Hexavalent Chromium by EPA method 7196A 
    Anions, Ion Chromatography by EPA method 300.0 
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CH2M Hill Plateau Remediation Company 
June 30, 2015 
 

 

 
 
IV. Quality Control 
 
The analytical results for each analysis performed includes a minimum of one laboratory control sample 
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted 
in the "Comments" section. 
 
QC and sample results are reported in the same units. 
 
V. Comments 
 
Chemical Analysis 
 
Hexavalent Chromium by EPA method 7196A 
No analytical or quality issues were noted. The sample results and associated batch QC results are within 
contractual requirements. 
 
Anions, Ion Chromatography by EPA method 300.0 
Batch 5159021:  The DL exceeded the limit of 140% for nitrate and phosphate. 
 
Sample B31584 Bromide was not auto integrated. The peak was manually integrated and was greater than 
the MDL but lower than the RL.  
 
Batch 5159019:  The DL exceeded the limit of 140 % for nitrate and phosphate.   
 
There was baseline smoothing for bromide for several of the samples and nitrate for the matrix spike.   The 
bromide recovery for the MS is above the limit (128%).  The data was reported based on the acceptable 
LCS recovery (106%). 
 
The LCS recovery was elevated for phosphate.  The LCS was filtered since one of the samples required 
filtration.  The possible contamination could be from the filtration apparatus.  
 
No other analytical or quality issues were noted. The sample results and associated batch QC results are 
within contractual requirements. 
 
We certify that this data package is in compliance with the SOW, both technically and for completeness, 
including a full description of, explanation of, and corrective actions for, any and all deviations, from 
either the analyses requested or the case narrative requested. Release of the data contained in this hard 
copy data package has been authorized by the Laboratory Analytical Manager (or designee) and the 
laboratory’s client services representative as verified by their signatures on this report. 
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30-Jun-15Date:

Parameter Units

Report No. : 66250

Result 

WC0076SDG No:

TestAmerica Inc TARL

Qual

Sample Results Summary

Ordered by Method, Batch No., Client Sample ID.

MDL
Batch

Client ID
Work 

Order No. RL
Dil
 Fct

Date
Sampled

Date 
Analyzed

5146043  7196_CR6  ,WATER
HEXCHROME mg/LM6WX71AA <0.00150 U 0.0015B30W84 0.004 105/26/15 10:55 05/26/15 17:04

HEXCHROME mg/LM6WX81AA <0.00150 U 0.0015B30W89 0.004 105/26/15 12:00 05/26/15 17:06

HEXCHROME mg/LM6WX91AA <0.00150 U 0.0015B30W94 0.004 105/26/15 11:08 05/26/15 17:07

HEXCHROME mg/LM6W0A1AA 0.00380 B 0.0015B30W99 0.004 105/26/15 8:44 05/26/15 17:07

HEXCHROME mg/LM6W0C1AA 0.00200 B 0.0015B30WC3 0.004 105/26/15 9:37 05/26/15 17:07

HEXCHROME mg/LM6W0D1AA <0.00150 U 0.0015B30WF2 0.004 105/26/15 9:28 05/26/15 17:08

HEXCHROME mg/LM6W0E1AA <0.00150 U 0.0015B30WF7 0.004 105/26/15 11:45 05/26/15 17:08

HEXCHROME mg/LM6W0F1AA 0.0217  0.0015B30WN6 0.004 105/26/15 9:45 05/26/15 17:11

HEXCHROME mg/LM6W0G1AA 0.0108  0.0015B30WP1 0.004 105/26/15 9:18 05/26/15 17:12

HEXCHROME mg/LM6W0H1AA 0.00180 B 0.0015B30WX9 0.004 105/26/15 8:54 05/26/15 17:12

5146044  300.0_ANIONS_IC  ,WATER

Chloride mg/LM6W0K1AA 0.946 D 0.2B30W88 0.4 205/26/15 12:00 05/26/15 16:59

Fluoride mg/L0.0820 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.178 D 0.028 0.056 2

Sulfate mg/L9.00 D 0.25 0.5 2

Chloride mg/LM6W0L1AA 1.04 D 0.2B30W92 0.4 205/26/15 11:08 05/26/15 17:44

Fluoride mg/L0.0800 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.111 D 0.028 0.056 2

Sulfate mg/L9.86 D 0.25 0.5 2

Chloride mg/LM6W0M1AA 10.7 D 0.2B30W98 0.4 205/26/15 8:44 05/26/15 17:59

Fluoride mg/L0.145 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.17 D 0.028 0.056 2

Sulfate mg/L45.8 D 0.25 0.5 2

Chloride mg/LM6W0N1AA 15.6 D 0.2B30WC2 0.4 205/26/15 9:37 05/26/15 18:14

Fluoride mg/L0.139 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.99 D 0.028 0.056 2

Sulfate mg/L51.0 D 0.25 0.5 2

Chloride mg/LM6W0P1AA 13.0 D 0.2B30WF1 0.4 205/26/15 9:28 05/26/15 18:29

Fluoride mg/L0.142 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.70 D 0.028 0.056 2

Sulfate mg/L52.7 D 0.25 0.5 2

Chloride mg/LM6W0Q1AA 15.1 D 0.2B30WN5 0.4 205/26/15 9:45 05/26/15 18:44

Fluoride mg/L0.180 D 0.05 0.1 2

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
D Qual - The reported value is from a dilution 

rptTALRchSample
SumC2 V5.3.7 
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30-Jun-15Date:

Parameter Units

Report No. : 66250

Result 

WC0076SDG No:

TestAmerica Inc TARL

Qual

Sample Results Summary

Ordered by Method, Batch No., Client Sample ID.

MDL
Batch

Client ID
Work 

Order No. RL
Dil
 Fct

Date
Sampled

Date 
Analyzed

5146044  300.0_ANIONS_IC  ,WATER
Nitrite as N mg/LM6W0Q1AA <0.0380 U D 0.038B30WN5 0.076 205/26/15 9:45 05/26/15 18:44

Nitrate as N mg/L3.76 D 0.028 0.056 2

Sulfate mg/L44.1 D 0.25 0.5 2

5146045  300.0_ANIONS_IC  ,WATER

Chloride mg/LM6W0V1AA 1.04 D 0.2B302L2 0.4 205/26/15 10:55 05/26/15 18:53

Fluoride mg/L0.0930 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.219 D 0.028 0.056 2

Sulfate mg/L9.85 D 0.25 0.5 2

Chloride mg/LM6W0W1AA 0.999 D 0.2B302L6 0.4 205/26/15 11:45 05/26/15 19:09

Fluoride mg/L0.148 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.113 D 0.028 0.056 2

Sulfate mg/L10.9 D 0.25 0.5 2

Chloride mg/LM6W0X1AA 14.8 D 0.2B302N4 0.4 205/26/15 9:18 05/26/15 19:24

Fluoride mg/L0.142 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.32 D 0.028 0.056 2

Sulfate mg/L60.5 D 0.25 0.5 2

Chloride mg/LM6W001AA 14.6 D 0.2B302P7 0.4 205/26/15 9:55 05/26/15 19:39

Fluoride mg/L0.134 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.88 D 0.028 0.056 2

Sulfate mg/L50.2 D 0.25 0.5 2

Chloride mg/LM6W0R1AA 14.4 D 0.2B30WX7 0.4 205/26/15 8:54 05/26/15 17:53

Fluoride mg/L0.144 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.95 D 0.028 0.056 2

Sulfate mg/L60.6 D 0.25 0.5 2

Chloride mg/LM6W0T1AA 14.1 D 0.2B30XD8 0.4 205/26/15 10:10 05/26/15 18:38

Fluoride mg/L0.150 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.66 D 0.028 0.056 2

Sulfate mg/L49.0 D 0.25 0.5 2

5147074  300.0_ANIONS_IC  ,WATER

Chloride mg/LM6W571AA 16.3 D 0.2B30WK6 0.4 205/27/15 8:00 05/27/15 18:18

Fluoride mg/L0.179 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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WC0076SDG No:
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Sample Results Summary

Ordered by Method, Batch No., Client Sample ID.

MDL
Batch

Client ID
Work 

Order No. RL
Dil
 Fct

Date
Sampled

Date 
Analyzed

5147074  300.0_ANIONS_IC  ,WATER
Nitrate as N mg/LM6W571AA 5.53 D 0.028B30WK6 0.056 205/27/15 8:00 05/27/15 18:18

Sulfate mg/L87.3 D 0.25 0.5 2

Chloride mg/LM6W6A1AA 12.4 D 0.2B30WL0 0.4 205/27/15 8:20 05/27/15 18:33

Fluoride mg/L0.198 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.51 D 0.028 0.056 2

Sulfate mg/L68.9 D 0.25 0.5 2

Chloride mg/LM6W6N1AA 1.33 D 0.2B30WX3 0.4 205/27/15 11:05 05/27/15 20:48

Fluoride mg/L0.105 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.217 D 0.028 0.056 2

Sulfate mg/L11.0 D 0.25 0.5 2

Chloride mg/LM6W551AA 9.33 D 0.2B30X12 0.4 205/27/15 9:10 05/27/15 17:33

Fluoride mg/L0.152 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.40 D 0.028 0.056 2

Sulfate mg/L29.4 D 0.25 0.5 2

Chloride mg/LM6W6M1AA 15.2 D 0.2B30X17 0.4 205/27/15 9:30 05/27/15 20:33

Fluoride mg/L0.247 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.51 D 0.028 0.056 2

Sulfate mg/L38.6 D 0.25 0.5 2

Chloride mg/LM6W6C1AA 8.37 D 0.2B30XL2 0.4 205/27/15 10:00 05/27/15 18:48

Fluoride mg/L0.257 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.42 D 0.028 0.056 2

Sulfate mg/L47.7 D 0.25 0.5 2

Chloride mg/LM6W6Q1AA 13.3 D 0.2B30YY6 0.4 205/27/15 8:33 05/27/15 21:34

Fluoride mg/L0.177 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.05 D 0.028 0.056 2

Sulfate mg/L30.2 D 0.25 0.5 2

Chloride mg/LM6W6F1AA 14.8 D 0.2B312L7 0.4 205/27/15 8:35 05/27/15 19:03

Fluoride mg/L0.133 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.71 D 0.028 0.056 2

Sulfate mg/L84.4 D 0.25 0.5 2

Chloride mg/LM6W6P1AA 15.0 D 0.2B312N9 0.4 205/27/15 8:55 05/27/15 21:04

Fluoride mg/L0.177 D 0.05 0.1 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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TestAmerica Inc TARL

Qual

Sample Results Summary
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5147074  300.0_ANIONS_IC  ,WATER
Nitrite as N mg/LM6W6P1AA <0.0380 U D 0.038B312N9 0.076 205/27/15 8:55 05/27/15 21:04

Nitrate as N mg/L5.09 D 0.028 0.056 2

Sulfate mg/L68.3 D 0.25 0.5 2

Chloride mg/LM6W6K1AA 13.1 D 0.2B312P5 0.4 205/27/15 9:10 05/27/15 19:33

Fluoride mg/L0.183 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.10 D 0.028 0.056 2

Sulfate mg/L63.3 D 0.25 0.5 2

Chloride mg/LM6W6H1AA 13.1 D 0.2B312P6 0.4 205/27/15 9:10 05/27/15 19:18

Fluoride mg/L0.185 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.11 D 0.028 0.056 2

Sulfate mg/L63.4 D 0.25 0.5 2

Chloride mg/LM6W6L1AA 20.0 D 0.2B312P9 0.4 205/27/15 10:15 05/27/15 19:48

Fluoride mg/L0.189 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.81 D 0.028 0.056 2

Sulfate mg/L52.3 D 0.25 0.5 2

5147076  300.0_ANIONS_IC  ,WATER

Chloride mg/LM6W7D1AA 11.4 D 0.2B30WH5 0.4 205/27/15 11:45 05/27/15 19:30

Fluoride mg/L0.304 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.43 D 0.028 0.056 2

Sulfate mg/L52.8 D 0.25 0.5 2

Chloride mg/LM6W7C1AA 1.28 D 0.2B30WP5 0.4 205/27/15 12:00 05/27/15 18:45

Fluoride mg/L0.128 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.245 D 0.028 0.056 2

Sulfate mg/L11.9 D 0.25 0.5 2

Chloride mg/LM6W7E1AA 9.82 D 0.2B30WP9 0.4 205/27/15 11:21 05/27/15 19:45

Fluoride mg/L0.180 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.10 D 0.028 0.056 2

Sulfate mg/L44.9 D 0.25 0.5 2

Chloride mg/LM6W7F1AA 14.7 D 0.2B30WR5 0.4 205/27/15 11:33 05/27/15 20:00

Fluoride mg/L0.300 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.44 D 0.028 0.056 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5147076  300.0_ANIONS_IC  ,WATER
Sulfate mg/LM6W7F1AA 65.0 D 0.25B30WR5 0.5 205/27/15 11:33 05/27/15 20:00

Chloride mg/LM6W7P1AA 12.0 D 0.2B30WT9 0.4 205/27/15 10:40 05/27/15 22:45

Fluoride mg/L0.227 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.80 D 0.028 0.056 2

Sulfate mg/L55.4 D 0.25 0.5 2

Chloride mg/LM6W7N1AA 15.4 D 0.2B30WV6 0.4 205/27/15 10:50 05/27/15 22:15

Fluoride mg/L0.292 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.96 D 0.028 0.056 2

Sulfate mg/L52.6 D 0.25 0.5 2

Chloride mg/LM6W7M1AA 15.4 D 0.2B30WV7 0.4 205/27/15 10:50 05/27/15 22:00

Fluoride mg/L0.279 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.97 D 0.028 0.056 2

Sulfate mg/L52.7 D 0.25 0.5 2

Chloride mg/LM6W7L1AA 16.6 D 0.2B30WY3 0.4 205/27/15 11:00 05/27/15 21:45

Fluoride mg/L0.279 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.13 D 0.028 0.056 2

Sulfate mg/L62.0 D 0.25 0.5 2

Chloride mg/LM6W7K1AA 16.0 D 0.2B30X04 0.4 205/27/15 11:10 05/27/15 21:00

Fluoride mg/L0.290 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.13 D 0.028 0.056 2

Sulfate mg/L47.9 D 0.25 0.5 2

Chloride mg/LM6W7J1AA 16.2 D 0.2B30X05 0.4 205/27/15 11:10 05/27/15 20:45

Fluoride mg/L0.291 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.16 D 0.028 0.056 2

Sulfate mg/L48.3 D 0.25 0.5 2

Chloride mg/LM6W7H1AA 8.50 D 0.2B30XK0 0.4 205/27/15 11:20 05/27/15 20:30

Fluoride mg/L0.147 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L1.98 D 0.028 0.056 2

Sulfate mg/L37.1 D 0.25 0.5 2

Chloride mg/LM6W7G1AA 8.63 D 0.2B30XK1 0.4 205/27/15 11:20 05/27/15 20:15

Fluoride mg/L0.149 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5147076  300.0_ANIONS_IC  ,WATER
Nitrate as N mg/LM6W7G1AA 2.01 D 0.028B30XK1 0.056 205/27/15 11:20 05/27/15 20:15

Sulfate mg/L37.6 D 0.25 0.5 2

5147077  7196_CR6  ,WATER

HEXCHROME mg/LM6W671AA 0.00420  0.0015B30WH6 0.004 105/27/15 11:45 05/27/15 18:56

HEXCHROME mg/LM6W681AA 0.00450  0.0015B30WP6 0.004 105/27/15 12:00 05/27/15 18:57

HEXCHROME mg/LM6W7A1AA 0.0111  0.0015B30WR1 0.004 105/27/15 11:21 05/27/15 18:57

HEXCHROME mg/LM6W691AA 0.00750  0.0015B30WR6 0.004 105/27/15 11:33 05/27/15 18:57

HEXCHROME mg/LM6W611AA 0.0139  0.0015B30WV1 0.004 105/27/15 10:40 05/27/15 18:52

HEXCHROME mg/LM6W621AA 0.0452  0.0015B30WV8 0.004 105/27/15 10:50 05/27/15 18:52

HEXCHROME mg/LM6W631AA 0.0457  0.0015B30WV9 0.004 105/27/15 10:50 05/27/15 18:52

HEXCHROME mg/LM6W661AA 0.00900  0.0015B30WY4 0.004 105/27/15 11:00 05/27/15 18:56

HEXCHROME mg/LM6W641AA 0.0146  0.0015B30X06 0.004 105/27/15 11:10 05/27/15 18:55

HEXCHROME mg/LM6W651AA 0.0190  0.0015B30X07 0.004 105/27/15 11:10 05/27/15 18:56

HEXCHROME mg/LM6W6X1AA 0.0133  0.0015B30XK2 0.004 105/27/15 11:20 05/27/15 18:51

HEXCHROME mg/LM6W6V1AA 0.0126  0.0015B30XK3 0.004 105/27/15 11:20 05/27/15 18:48

HEXCHROME mg/LM6W601AA 0.0124  0.0015B30XK4 0.004 105/27/15 11:20 05/27/15 18:51

HEXCHROME mg/LM6W6W1AA 0.0121  0.0015B30XK5 0.004 105/27/15 11:20 05/27/15 18:51

5147078  7196_CR6  ,WATER
HEXCHROME mg/LM6W5V1AA 0.0166  0.0015B30WK7 0.004 105/27/15 8:00 05/27/15 18:30

HEXCHROME mg/LM6W5X1AA 0.0099  0.0015B30WL2 0.004 105/27/15 8:20 05/27/15 18:30

HEXCHROME mg/LM6W5Q1AA 0.0109  0.0015B30WM2 0.004 105/27/15 8:35 05/27/15 18:29

HEXCHROME mg/LM6W5P1AA 0.0232  0.0015B30WN1 0.004 105/27/15 8:33 05/27/15 18:26

HEXCHROME mg/LM6W5K1AA 0.00350 B 0.0015B30WX4 0.004 105/27/15 11:05 05/27/15 18:25

HEXCHROME mg/LM6W5M1AA 0.0141  0.0015B30WY9 0.004 105/27/15 8:55 05/27/15 18:26

HEXCHROME mg/LM6W5T1AA 0.0166  0.0015B30X13 0.004 105/27/15 9:10 05/27/15 18:30

HEXCHROME mg/LM6W5J1AA 0.0128  0.0015B30X18 0.004 105/27/15 9:30 05/27/15 18:25

HEXCHROME mg/LM6W5F1AA 0.0109  0.0015B30XC4 0.004 105/27/15 9:10 05/27/15 18:24

HEXCHROME mg/LM6W5H1AA 0.0112  0.0015B30XC5 0.004 105/27/15 9:10 05/27/15 18:25

HEXCHROME mg/LM6W5E1AA 0.0183  0.0015B30XJ1 0.004 105/27/15 10:15 05/27/15 18:21

HEXCHROME mg/LM6W501AA 0.0264  0.0015B30XJ7 0.004 105/27/15 10:28 05/27/15 18:30

HEXCHROME mg/LM6W511AA 0.0244  0.0015B30XJ8 0.004 105/27/15 10:28 05/27/15 18:31

HEXCHROME mg/LM6W521AA 0.0185  0.0015B30XL5 0.004 105/27/15 10:00 05/27/15 18:31

HEXCHROME mg/LM6W541AA 0.0192  0.0015B30XL7 0.004 105/27/15 10:00 05/27/15 18:34

5148028  300.0_ANIONS_IC  ,WATER

Chloride mg/LM6XK61AA 22.3 D 0.2B30H93 0.4 205/28/15 9:10 05/28/15 17:39

Fluoride mg/L0.337 D 0.05 0.1 2

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
D Qual - The reported value is from a dilution rptTALRchSample
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5148028  300.0_ANIONS_IC  ,WATER
Nitrite as N mg/LM6XK61AA <0.0380 U D 0.038B30H93 0.076 205/28/15 9:10 05/28/15 17:39

Nitrate as N mg/L23.8 D 0.07 0.14 505/28/15 19:10

Sulfate mg/L48.2 D 0.25 0.5 205/28/15 17:39

Chloride mg/LM6XK81AA 17.8 D 0.2B30PN7 0.4 205/28/15 11:03 05/28/15 17:54

Fluoride mg/L0.296 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L15.2 D 0.07 0.14 505/28/15 19:25

Sulfate mg/L40.8 D 0.25 0.5 205/28/15 17:54

Chloride mg/LM6XK41AA 16.7 D 0.2B30Y51 0.4 205/28/15 9:00 05/28/15 17:24

Fluoride mg/L0.146 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.09 D 0.028 0.056 2

Sulfate mg/L199.0 D 0.625 1.25 505/28/15 18:55

Chloride mg/LM6XK31AA 16.1 D 0.2B312R8 0.4 205/28/15 10:22 05/28/15 17:09

Fluoride mg/L0.108 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.43 D 0.028 0.056 2

Sulfate mg/L201.0 D 0.625 1.25 505/28/15 18:39

Chloride mg/LM6XK21AA <0.200 U D 0.2B312R9 0.4 205/28/15 7:10 05/28/15 16:24

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

5148029  7196_CR6  ,WATER

HEXCHROME mg/LM6XK51AA <0.00150 U 0.0015B30H94 0.004 105/28/15 9:10 05/28/15 16:26

HEXCHROME mg/LM6XK71AA 0.00820  0.0015B30M99 0.004 105/28/15 11:03 05/28/15 16:26

HEXCHROME mg/LM6XLA1AA 0.0259  0.0015B30N84 0.004 105/28/15 9:49 05/28/15 16:29

HEXCHROME mg/LM6XK91AA 0.0271  0.0015B30N85 0.004 105/28/15 9:49 05/28/15 16:29

HEXCHROME mg/LM6XKQ1AA 0.00720  0.0015B30Y52 0.004 105/28/15 9:00 05/28/15 16:21

HEXCHROME mg/LM6XKR1AA 0.00700  0.0015B30Y54 0.004 105/28/15 9:00 05/28/15 16:21

HEXCHROME mg/LM6XKL1AA <0.00150 U 0.0015B30Y91 0.004 105/28/15 7:10 05/28/15 16:17

HEXCHROME mg/LM6XKT1AA 0.00370 B 0.0015B30Y92 0.004 105/28/15 10:22 05/28/15 16:21

HEXCHROME mg/LM6XKM1AA <0.00150 U 0.0015B30Y95 0.004 105/28/15 7:10 05/28/15 16:20

HEXCHROME mg/LM6XKV1AA 0.00460  0.0015B30Y96 0.004 105/28/15 10:22 05/28/15 16:24

HEXCHROME mg/LM6XK01AA 0.00270 B 0.0015B31057 0.004 105/28/15 11:49 05/28/15 16:25

HEXCHROME mg/LM6XK11AA 0.00300 B 0.0015B31058 0.004 105/28/15 11:49 05/28/15 16:26

HEXCHROME mg/LM6XKX1AA 0.0370  0.0015B31060 0.004 105/28/15 12:29 05/28/15 16:25

HEXCHROME mg/LM6XKN1AA 0.0351  0.0015B31061 0.004 105/28/15 12:29 05/28/15 16:20

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.

rptTALRchSample
SumC2 V5.3.7 
A2002

TestAmerica Laboratories, Inc. 238

June 30, 2015

238 of 265



30-Jun-15Date:

Parameter Units

Report No. : 66250

Result 

WC0076SDG No:

TestAmerica Inc TARL

Qual

Sample Results Summary

Ordered by Method, Batch No., Client Sample ID.

MDL
Batch

Client ID
Work 

Order No. RL
Dil
 Fct

Date
Sampled

Date 
Analyzed

5148029  7196_CR6  ,WATER
HEXCHROME mg/LM6XKW1AA 0.0358  0.0015B31062 0.004 105/28/15 12:29 05/28/15 16:25

HEXCHROME mg/LM6XKP1AA 0.0358  0.0015B31063 0.004 105/28/15 12:29 05/28/15 16:20

5149055  7196_CR6  ,WATER

HEXCHROME mg/LM6XQL1AA 0.00870  0.0015B31019 0.004 105/28/15 14:10 05/29/15 11:26

HEXCHROME mg/LM6XQM1AA 0.00850  0.0015B31020 0.004 105/28/15 14:10 05/29/15 11:29

HEXCHROME mg/LM6XQR1AA 0.0304  0.0015B31048 0.004 105/28/15 12:50 05/29/15 11:30

HEXCHROME mg/LM6XQT1AA 0.0321  0.0015B31049 0.004 105/28/15 12:50 05/29/15 11:30

HEXCHROME mg/LM6XQQ1AA 0.00850  0.0015B31054 0.004 105/28/15 13:31 05/29/15 11:30

HEXCHROME mg/LM6XQP1AA 0.0140  0.0015B31055 0.004 105/28/15 13:31 05/29/15 11:29

5149062  7196_CR6  ,WATER

HEXCHROME mg/LM6XWP1AA 0.0284  0.0015B31509 0.004 105/29/15 11:26 05/29/15 17:45

HEXCHROME mg/LM6XWQ1AA 0.0286  0.0015B31510 0.004 105/29/15 11:26 05/29/15 17:48

5149065  300.0_ANIONS_IC  ,WATER

Bromide mg/LM6X0W1AA <0.125 U D 0.125B31540 0.25 205/29/15 8:50 05/29/15 18:40

Chloride mg/L6.75 D 0.2 0.4 2

Fluoride mg/L0.129 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.13 D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L44.2 D 0.25 0.5 2

Bromide mg/LM6X0V1AA <0.125 U D 0.125B31541 0.25 205/29/15 8:50 05/30/15 11:21

Chloride mg/L6.77 D 0.2 0.4 2

Fluoride mg/L0.128 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.15 D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L44.3 D 0.25 0.5 2

Bromide mg/LM6X0T1AA <0.125 U D 0.125B31583 0.25 205/29/15 7:15 05/29/15 17:40

Chloride mg/L<0.200 U D 0.2 0.4 2

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Bromide mg/LM6X0X1AA 0.220 D B 0.125B31584 0.25 205/29/15 10:20 05/29/15 18:55

Chloride mg/L16.6 D 0.2 0.4 2

Fluoride mg/L0.120 D 0.05 0.1 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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5149065  300.0_ANIONS_IC  ,WATER
Nitrite as N mg/LM6X0X1AA <0.0380 U D 0.038B31584 0.076 205/29/15 10:20 05/29/15 18:55

Nitrate as N mg/L5.84 D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L206.0 D 0.625 1.25 505/29/15 20:56

5149066  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6XXH1AA <0.200 U D 0.2B30WJ5 0.4 205/29/15 7:00 05/29/15 17:34

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM6XXJ1AA 12.3 D 0.2B30WJ6 0.4 205/29/15 10:37 05/29/15 18:20

Fluoride mg/L0.285 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L76.5 D 0.25 0.5 2

Chloride mg/LM6XXK1AA 13.7 D 0.2B30WK0 0.4 205/29/15 11:28 05/29/15 18:35

Fluoride mg/L0.213 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.232 D 0.028 0.056 2

Sulfate mg/L78.7 D 0.25 0.5 2

Chloride mg/LM6X0P1AA 10.4 D 0.2B314V4 0.4 205/29/15 8:16 05/29/15 18:50

Fluoride mg/L0.220 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.37 D 0.028 0.056 2

Sulfate mg/L49.7 D 0.25 0.5 2

Chloride mg/LM6X0Q1AA 1.09 D 0.2B314W9 0.4 205/29/15 9:04 05/29/15 19:05

Fluoride mg/L0.131 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.323 D 0.028 0.056 2

Sulfate mg/L9.93 D 0.25 0.5 2

Chloride mg/LM6X0R1AA 15.8 D 0.2B31554 0.4 205/29/15 8:17 05/29/15 19:20

Fluoride mg/L0.134 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.47 D 0.028 0.056 2

Sulfate mg/L198.0 D 0.625 1.25 505/29/15 21:50

5149067  7196_CR6  ,WATER
HEXCHROME mg/LM6X0H1AA 0.0102  0.0015B31530 0.004 105/29/15 9:45 05/29/15 20:18

HEXCHROME mg/LM6X0J1AA 0.0101  0.0015B31531 0.004 105/29/15 9:45 05/29/15 20:18

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5149067  7196_CR6  ,WATER
HEXCHROME mg/LM6X0L1AA <0.00150 U 0.0015B31585 0.004 105/29/15 7:15 05/29/15 20:22

HEXCHROME mg/LM6X0D1AA 0.0122  0.0015B31586 0.004 105/29/15 10:20 05/29/15 20:14

HEXCHROME mg/LM6X0K1AA <0.00150 U 0.0015B31589 0.004 105/29/15 7:15 05/29/15 20:19

HEXCHROME mg/LM6X0E1AA 0.0129  0.0015B31590 0.004 105/29/15 10:20 05/29/15 20:17

HEXCHROME mg/LM6X0F1AA 0.00250 B 0.0015B315L8 0.004 105/29/15 10:40 05/29/15 20:17

HEXCHROME mg/LM6X0G1AA 0.00230 B 0.0015B315L9 0.004 105/29/15 10:40 05/29/15 20:18

HEXCHROME mg/LM6X0M1AA 0.0141  0.0015B315V5 0.004 105/29/15 9:07 05/29/15 20:22

HEXCHROME mg/LM6X0N1AA <0.00150 U 0.0015B315V8 0.004 105/29/15 8:32 05/29/15 20:23

5149068  7196_CR6  ,WATER

HEXCHROME mg/LM6XXN1AA 0.0133  0.0015B314V5 0.004 105/29/15 8:16 05/29/15 19:43

HEXCHROME mg/LM6XXP1AA 0.0138  0.0015B314V7 0.004 105/29/15 8:16 05/29/15 19:46

HEXCHROME mg/LM6XXX1AA 0.00180 B 0.0015B314X0 0.004 105/29/15 9:04 05/29/15 19:51

HEXCHROME mg/LM6XXW1AA 0.00210 B 0.0015B314X2 0.004 105/29/15 9:04 05/29/15 19:48

HEXCHROME mg/LM6XX81AA 0.0605  0.0015B31534 0.004 105/29/15 10:25 05/29/15 19:56

HEXCHROME mg/LM6XX91AA 0.0596  0.0015B31535 0.004 105/29/15 10:25 05/29/15 19:57

HEXCHROME mg/LM6XXT1AA 0.0118  0.0015B31543 0.004 105/29/15 8:50 05/29/15 19:47

HEXCHROME mg/LM6XXV1AA 0.00870  0.0015B31547 0.004 105/29/15 8:50 05/29/15 19:48

HEXCHROME mg/LM6XX01AA 0.00870  0.0015B31555 0.004 105/29/15 8:17 05/29/15 19:52

HEXCHROME mg/LM6XX11AA 0.00760  0.0015B31557 0.004 105/29/15 8:17 05/29/15 19:52

HEXCHROME mg/LM6XX21AA 0.00440  0.0015B31559 0.004 105/29/15 12:17 05/29/15 19:52

HEXCHROME mg/LM6XX31AA 0.00480  0.0015B31560 0.004 105/29/15 12:17 05/29/15 19:52

HEXCHROME mg/LM6XX61AA 0.00410  0.0015B31571 0.004 105/29/15 11:01 05/29/15 19:56

HEXCHROME mg/LM6XX71AA 0.00370 B 0.0015B31573 0.004 105/29/15 11:01 05/29/15 19:56

HEXCHROME mg/LM6XX51AA 0.00710  0.0015B31592 0.004 105/29/15 11:46 05/29/15 19:53

HEXCHROME mg/LM6XX41AA 0.00510  0.0015B31593 0.004 105/29/15 11:46 05/29/15 19:53

HEXCHROME mg/LM6XXQ1AA <0.00150 U 0.0015B315J5 0.004 105/29/15 12:58 05/29/15 19:47

HEXCHROME mg/LM6XXR1AA 0.00160 B 0.0015B315J6 0.004 105/29/15 12:58 05/29/15 19:47

HEXCHROME mg/LM6X0A1AA 0.00670  0.0015B315K3 0.004 105/29/15 11:37 05/29/15 19:58

HEXCHROME mg/LM6X0C1AA 0.00640  0.0015B315K4 0.004 105/29/15 11:37 05/29/15 19:58

5149069  7196_CR6  ,WATER

HEXCHROME mg/LM6XXF1AA <0.00150 U 0.0015B30WJ7 0.004 105/29/15 7:00 05/29/15 19:26

HEXCHROME mg/LM6XXE1AA <0.00150 U 0.0015B30WJ8 0.004 105/29/15 10:37 05/29/15 19:25

HEXCHROME mg/LM6XXG1AA <0.00150 U 0.0015B30WK2 0.004 105/29/15 11:28 05/29/15 19:26

HEXCHROME mg/LM6XW41AA 0.00760  0.0015B30Y30 0.004 105/29/15 11:00 05/29/15 19:17

HEXCHROME mg/LM6XW21AA 0.00880  0.0015B30Y31 0.004 105/29/15 11:00 05/29/15 19:17

HEXCHROME mg/LM6XW31AA 0.00810  0.0015B30Y32 0.004 105/29/15 11:00 05/29/15 19:17

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5149069  7196_CR6  ,WATER
HEXCHROME mg/LM6XW11AA 0.00790  0.0015B30Y33 0.004 105/29/15 11:00 05/29/15 19:16

HEXCHROME mg/LM6XW61AA 0.0198  0.0015B31031 0.004 105/29/15 9:53 05/29/15 19:21

HEXCHROME mg/LM6XW51AA 0.0200  0.0015B31032 0.004 105/29/15 9:53 05/29/15 19:18

HEXCHROME mg/LM6XW81AA <0.00150 U 0.0015B31034 0.004 105/29/15 7:00 05/29/15 19:22

HEXCHROME mg/LM6XW91AA 0.0141  0.0015B31035 0.004 105/29/15 9:01 05/29/15 19:22

HEXCHROME mg/LM6XW71AA <0.00150 U 0.0015B31036 0.004 105/29/15 7:00 05/29/15 19:21

HEXCHROME mg/LM6XXA1AA 0.0148  0.0015B31037 0.004 105/29/15 9:01 05/29/15 19:22

HEXCHROME mg/LM6XXC1AA 0.00320 B 0.0015B31039 0.004 105/29/15 8:17 05/29/15 19:22

HEXCHROME mg/LM6XXD1AA 0.0152  0.0015B31040 0.004 105/29/15 8:17 05/29/15 19:23

HEXCHROME mg/LM6XWX1AA 0.0386  0.0015B31042 0.004 105/29/15 12:53 05/29/15 19:13

HEXCHROME mg/LM6XW01AA 0.0483  0.0015B31043 0.004 105/29/15 12:53 05/29/15 19:16

HEXCHROME mg/LM6XXL1AA 0.0127  0.0015B31542 0.004 105/29/15 8:50 05/29/15 19:27

HEXCHROME mg/LM6XXM1AA 0.0120  0.0015B31546 0.004 105/29/15 8:50 05/29/15 19:27

5153019  300.0_ANIONS_IC  ,WATER
Chloride mg/LM6X5Q1AA 17.7 D 0.2B316V9 0.4 206/01/15 11:35 06/02/15 13:56

Fluoride mg/L0.415 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L19.2 D 0.07 0.14 506/02/15 15:11

Sulfate mg/L82.0 D 0.25 0.5 206/02/15 13:56

Chloride mg/LM6X5T1AA <0.200 U D 0.2B317W4 0.4 206/01/15 8:30 06/02/15 14:26

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM6X5V1AA 5.64 D 0.2B317W5 0.4 206/01/15 10:10 06/02/15 13:11

Fluoride mg/L0.445 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.16 D 0.028 0.056 2

Sulfate mg/L16.7 D 0.25 0.5 2

5153038  300.0_ANIONS_IC  ,WATER

Chloride mg/LM60CJ1AA 19.8 D 0.2B319Y8 0.4 206/02/15 10:11 06/02/15 18:40

Fluoride mg/L0.0970 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L11.3 D 0.028 0.056 2

Sulfate mg/L84.8 D 0.25 0.5 2

5154030  300.0_ANIONS_IC  ,WATER
Chloride mg/LM60FR1AA 37.7 D 0.2B318P3 0.4 206/02/15 12:04 06/03/15 15:42

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
D Qual - The reported value is from a dilution 
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5154030  300.0_ANIONS_IC  ,WATER
Fluoride mg/LM60FR1AA 0.0660 D B 0.05B318P3 0.1 206/02/15 12:04 06/03/15 15:42

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L20.1 D 0.07 0.14 506/03/15 16:58

Sulfate mg/L123.0 D 0.625 1.25 5

Chloride mg/LM60FT1AA 30.9 D 0.2B319Y7 0.4 206/02/15 13:28 06/03/15 15:57

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L17.7 D 0.07 0.14 506/03/15 17:13

Sulfate mg/L143.0 D 0.625 1.25 5

5154033  300.0_ANIONS_IC  ,WATER

Chloride mg/LM60HJ1AA 9.64 D 0.2B317X9 0.4 206/03/15 12:37 06/03/15 18:48

Fluoride mg/L0.420 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.96 D 0.028 0.056 2

Sulfate mg/L21.1 D 0.25 0.5 2

Chloride mg/LM60HP1AA 7.35 D 0.2B31B06 0.4 206/03/15 10:20 06/03/15 19:19

Fluoride mg/L0.434 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L4.83 D 0.028 0.056 2

Sulfate mg/L23.2 D 0.25 0.5 2

Chloride mg/LM60HQ1AA 7.29 D 0.2B31B07 0.4 206/03/15 8:50 06/03/15 19:34

Fluoride mg/L0.384 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L15.6 D 0.07 0.14 506/03/15 22:04

Sulfate mg/L19.6 D 0.25 0.5 206/03/15 19:34

Chloride mg/LM60HR1AA 7.33 D 0.2B31B08 0.4 206/03/15 8:50 06/03/15 19:49

Fluoride mg/L0.381 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L16.2 D 0.07 0.14 506/03/15 22:19

Sulfate mg/L19.7 D 0.25 0.5 206/03/15 19:49

5155014  300.0_ANIONS_IC  ,WATER

Chloride mg/LM60WE1AA 6.73 D 0.2B31811 0.4 206/03/15 13:17 06/04/15 12:17

Fluoride mg/L0.413 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.70 D 0.028 0.056 2

Sulfate mg/L17.1 D 0.25 0.5 2

5156037  300.0_ANIONS_IC  ,WATER
Chloride mg/LM61DK1AA 2.53 D 0.2B319Y9 0.4 206/05/15 8:30 06/05/15 19:52

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5156037  300.0_ANIONS_IC  ,WATER
Fluoride mg/LM61DK1AA 0.0650 D B 0.05B319Y9 0.1 206/05/15 8:30 06/05/15 19:52

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.25 D 0.028 0.056 2

PO4_P mg/L5.22 D 0.082 0.163 2

Sulfate mg/L16.4 D 0.25 0.5 2

Chloride mg/LM61DJ1AA 2.53 D 0.2B31B00 0.4 206/05/15 8:30 06/05/15 19:07

Fluoride mg/L0.0650 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.25 D 0.028 0.056 2

PO4_P mg/L5.04 D 0.082 0.163 2

Sulfate mg/L15.9 D 0.25 0.5 2

5156038  300.0_ANIONS_IC  ,WATER

Chloride mg/LM61DH1AA <0.200 U D 0.2B315Y9 0.4 206/05/15 7:00 06/05/15 21:48

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM61DG1AA 18.6 D 0.2B31600 0.4 206/05/15 8:02 06/05/15 21:33

Fluoride mg/L0.561 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.95 D 0.028 0.056 2

Sulfate mg/L115.0 D 0.625 1.25 506/06/15 1:34

Chloride mg/LM61DP1AA 7.25 D 0.2B31816 0.4 206/05/15 12:30 06/05/15 22:49

Fluoride mg/L0.458 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L4.41 D 0.028 0.056 2

Sulfate mg/L21.5 D 0.25 0.5 2

Chloride mg/LM61C71AA 11.1 D 0.2B318B7 0.4 206/05/15 9:18 06/05/15 19:03

Fluoride mg/L0.360 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L9.27 D 0.028 0.056 2

Sulfate mg/L31.2 D 0.25 0.5 2

Chloride mg/LM61DD1AA 16.3 D 0.2B318F4 0.4 206/05/15 9:57 06/05/15 20:48

Fluoride mg/L0.403 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L1.76 D 0.028 0.056 2

Sulfate mg/L21.1 D 0.25 0.5 2

Chloride mg/LM61C91AA 6.73 D 0.2B318H4 0.4 206/05/15 11:23 06/05/15 20:03

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5156038  300.0_ANIONS_IC  ,WATER
Fluoride mg/LM61C91AA 0.422 D 0.05B318H4 0.1 206/05/15 11:23 06/05/15 20:03

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.24 D 0.028 0.056 2

Sulfate mg/L15.6 D 0.25 0.5 2

Chloride mg/LM61DL1AA 22.9 D 0.2B318R4 0.4 206/05/15 9:30 06/05/15 22:03

Fluoride mg/L0.0710 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L23.3 D 0.07 0.14 506/06/15 2:04

Sulfate mg/L99.9 D 0.25 0.5 206/05/15 22:03

Chloride mg/LM61C81AA 3.88 D 0.2B31B09 0.4 206/05/15 10:38 06/05/15 19:48

Fluoride mg/L0.502 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.26 D 0.028 0.056 2

Sulfate mg/L15.6 D 0.25 0.5 2

Chloride mg/LM61DC1AA 13.7 D 0.2B31B10 0.4 206/05/15 13:27 06/05/15 20:33

Fluoride mg/L0.295 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L11.1 D 0.028 0.056 2

Sulfate mg/L37.0 D 0.25 0.5 2

Chloride mg/LM61DA1AA 13.8 D 0.2B31B11 0.4 206/05/15 13:27 06/05/15 20:18

Fluoride mg/L0.297 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L11.2 D 0.028 0.056 2

Sulfate mg/L37.4 D 0.25 0.5 2

Chloride mg/LM61DM1AA 15.1 D 0.2B31BO3 0.4 206/05/15 10:05 06/05/15 22:18

Fluoride mg/L0.0760 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L15.8 D 0.07 0.14 506/06/15 2:19

Sulfate mg/L85.1 D 0.25 0.5 206/05/15 22:18

Chloride mg/LM61DN1AA 15.1 D 0.2B31BO4 0.4 206/05/15 10:05 06/05/15 22:34

Fluoride mg/L0.0750 D B 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L15.8 D 0.07 0.14 506/06/15 2:34

Sulfate mg/L85.3 D 0.25 0.5 206/05/15 22:34

5156039  7196_CR6  ,WATER
HEXCHROME mg/LM61DF1AA <0.00150 U 0.0015B31601 0.004 106/05/15 7:00 06/05/15 17:32

HEXCHROME mg/LM61DE1AA 0.00320 B 0.0015B31602 0.004 106/05/15 8:02 06/05/15 17:29

5158010  7196_CR6  ,WATER

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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WC0076SDG No:

TestAmerica Inc TARL

Qual

Sample Results Summary

Ordered by Method, Batch No., Client Sample ID.

MDL
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Client ID
Work 

Order No. RL
Dil
 Fct

Date
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Date 
Analyzed

5158010  7196_CR6  ,WATER
HEXCHROME mg/LM61FP1AA 0.0491  0.0015B31514 0.004 106/07/15 12:55 06/07/15 17:15

HEXCHROME mg/LM61FN1AA 0.0469  0.0015B31516 0.004 106/07/15 12:55 06/07/15 17:12

HEXCHROME mg/LM61F41AA <0.00150 U 0.0015B315L0 0.004 106/07/15 6:45 06/07/15 17:21

HEXCHROME mg/LM61F11AA 0.00460  0.0015B315L1 0.004 106/07/15 8:37 06/07/15 17:20

HEXCHROME mg/LM61F51AA <0.00150 U 0.0015B315L4 0.004 106/07/15 6:45 06/07/15 17:21

HEXCHROME mg/LM61F01AA 0.00480  0.0015B315L5 0.004 106/07/15 8:37 06/07/15 17:20

HEXCHROME mg/LM61FQ1AA <0.00150 U 0.0015B315M1 0.004 106/07/15 11:30 06/07/15 17:15

HEXCHROME mg/LM61FR1AA 0.00170 B 0.0015B315M2 0.004 106/07/15 11:30 06/07/15 17:15

HEXCHROME mg/LM61FT1AA 0.0120  0.0015B315R7 0.004 106/07/15 10:47 06/07/15 17:16

HEXCHROME mg/LM61FV1AA 0.0118  0.0015B315R8 0.004 106/07/15 10:47 06/07/15 17:16

HEXCHROME mg/LM61F31AA <0.00150 U 0.0015B315T0 0.004 106/07/15 7:00 06/07/15 17:21

HEXCHROME mg/LM61FW1AA 0.0362  0.0015B315T1 0.004 106/07/15 9:41 06/07/15 17:16

HEXCHROME mg/LM61F21AA <0.00150 U 0.0015B315T2 0.004 106/07/15 7:00 06/07/15 17:21

HEXCHROME mg/LM61FX1AA 0.0364  0.0015B315T3 0.004 106/07/15 9:41 06/07/15 17:20

5159019  300.0_ANIONS_IC  ,WATER

Bromide mg/LM61F71AA <0.125 U D 0.125B315K8 0.25 206/07/15 6:45 06/08/15 14:34

Chloride mg/L<0.200 U D 0.2 0.4 2

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Bromide mg/LM61F61AA <0.125 U D 0.125B315K9 0.25 206/07/15 8:37 06/08/15 13:40

Chloride mg/L9.52 D 0.2 0.4 2

Fluoride mg/L0.167 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L3.45 D 0.028 0.056 2

PO4_P mg/L<0.0820 U D 0.082 0.163 2

Sulfate mg/L107.0 D 0.625 1.25 506/08/15 16:49

Chloride mg/LM61F81AA 38.1 D 0.2B316B5 0.4 206/07/15 12:44 06/08/15 14:49

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L10.2 D 0.028 0.056 2

PO4_P mg/L1.95 D 0.082 0.163 2

Sulfate mg/L145.0 D 0.625 1.25 506/08/15 17:35

Chloride mg/LM61HW1AA 16.2 D 0.2B316C5 0.4 206/07/15 14:18 06/08/15 15:34

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
D Qual - The reported value is from a dilution 
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MDL
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5159019  300.0_ANIONS_IC  ,WATER
Nitrate as N mg/LM61HW1AA 7.78 D 0.028B316C5 0.056 206/07/15 14:18 06/08/15 15:34

PO4_P mg/L21.1 D 0.082 0.163 2

Sulfate mg/L73.9 D 0.25 0.5 2

Chloride mg/LM61HX1AA 14.2 D 0.2B316W7 0.4 206/07/15 14:27 06/08/15 15:49

Fluoride mg/L0.502 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L14.7 D 0.07 0.14 506/08/15 18:05

Sulfate mg/L74.4 D 0.25 0.5 206/08/15 15:49

Chloride mg/LM61H01AA 38.6 D 0.2B31B89 0.4 206/07/15 13:36 06/08/15 16:04

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.88 D 0.028 0.056 2

PO4_P mg/L14.0 D 0.082 0.163 2

Sulfate mg/L144.0 D 0.625 1.25 506/08/15 18:20

5159021  300.0_ANIONS_IC  ,WATER
Chloride mg/LM61GG1AA 8.73 D 0.2B317X5 0.4 206/07/15 12:16 06/08/15 16:26

Fluoride mg/L0.449 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L2.57 D 0.028 0.056 2

Sulfate mg/L19.5 D 0.25 0.5 2

Chloride mg/LM61GD1AA 8.60 D 0.2B31802 0.4 206/07/15 10:00 06/08/15 15:41

Fluoride mg/L0.442 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.35 D 0.028 0.056 2

Sulfate mg/L20.8 D 0.25 0.5 2

Chloride mg/LM61GF1AA 11.5 D 0.2B31805 0.4 206/07/15 11:29 06/08/15 16:11

Fluoride mg/L0.427 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L10.1 D 0.028 0.056 2

Sulfate mg/L21.6 D 0.25 0.5 2

Chloride mg/LM61GE1AA 12.5 D 0.2B31824 0.4 206/07/15 13:03 06/08/15 15:56

Fluoride mg/L0.435 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L35.0 D 0.14 0.28 1006/08/15 17:11

Sulfate mg/L21.4 D 0.25 0.5 206/08/15 15:56

Chloride mg/LM61GC1AA 7.60 D 0.2B31827 0.4 206/07/15 8:25 06/08/15 14:56

Fluoride mg/L0.435 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5159021  300.0_ANIONS_IC  ,WATER
Nitrate as N mg/LM61GC1AA 2.67 D 0.028B31827 0.056 206/07/15 8:25 06/08/15 14:56

Sulfate mg/L17.7 D 0.25 0.5 2

5159022  7196_CR6  ,WATER

HEXCHROME mg/LM61HT1AA 0.0382  0.0015B31519 0.004 106/07/15 13:50 06/08/15 11:13

HEXCHROME mg/LM61HV1AA 0.0393  0.0015B31521 0.004 106/07/15 13:50 06/08/15 11:16

5159043  300.0_ANIONS_IC  ,WATER
Chloride mg/LM61J71AA 11.6 D 0.2B31734 0.4 206/08/15 10:28 06/09/15 17:06

Fluoride mg/L1.42 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM61J81AA 22.7 D 0.2B31737 0.4 206/08/15 9:46 06/09/15 17:51

Fluoride mg/L0.357 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.51 D 0.028 0.056 2

Sulfate mg/L60.0 D 0.25 0.5 2

5159044  300.0_ANIONS_IC  ,WATER
Chloride mg/LM61LN1AA 17.2 D 0.2B31707 0.4 206/08/15 11:40 06/09/15 18:11

Fluoride mg/L0.323 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.15 D 0.028 0.056 2

Sulfate mg/L55.8 D 0.25 0.5 2

Chloride mg/LM61LP1AA 7.77 D 0.2B31708 0.4 206/08/15 12:10 06/09/15 18:26

Fluoride mg/L0.99 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM61LM1AA 19.1 D 0.2B31712 0.4 206/08/15 12:52 06/09/15 17:56

Fluoride mg/L0.338 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.01 D 0.028 0.056 2

Sulfate mg/L59.2 D 0.25 0.5 2

Chloride mg/LM61LL1AA 11.9 D 0.2B31722 0.4 206/08/15 11:53 06/09/15 17:11

Fluoride mg/L0.929 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L0.255 D 0.028 0.056 2

Sulfate mg/L24.6 D 0.25 0.5 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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5160084  300.0_ANIONS_IC  ,WATER
Chloride mg/LM61VX1AA 18.5 D 0.2B31718 0.4 206/09/15 8:07 06/09/15 21:39

Fluoride mg/L0.329 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.04 D 0.028 0.056 2

Sulfate mg/L60.4 D 0.25 0.5 2

Chloride mg/LM61V21AA 25.0 D 0.2B31725 0.4 206/09/15 10:29 06/09/15 22:54

Fluoride mg/L0.341 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.50 D 0.028 0.056 2

Sulfate mg/L60.4 D 0.25 0.5 2

Chloride mg/LM61V01AA 25.0 D 0.2B31726 0.4 206/09/15 10:29 06/09/15 21:54

Fluoride mg/L0.348 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L6.52 D 0.028 0.056 2

Sulfate mg/L60.6 D 0.25 0.5 2

Chloride mg/LM61V11AA 7.34 D 0.2B31757 0.4 206/09/15 11:58 06/09/15 22:39

Fluoride mg/L0.618 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L0.499 D B 0.25 0.5 2

Chloride mg/LM61VJ1AA <0.200 U D 0.2B318C9 0.4 206/09/15 7:00 06/09/15 19:39

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM61VT1AA 7.96 D 0.2B318D0 0.4 206/09/15 9:37 06/09/15 20:54

Fluoride mg/L0.459 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L8.42 D 0.028 0.056 2

Sulfate mg/L17.8 D 0.25 0.5 2

Chloride mg/LM61VM1AA <0.200 U D 0.2B318D8 0.4 206/09/15 7:45 06/09/15 20:24

Fluoride mg/L<0.0500 U D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L<0.0280 U D 0.028 0.056 2

Sulfate mg/L<0.250 U D 0.25 0.5 2

Chloride mg/LM61VP1AA 7.07 D 0.2B318D9 0.4 206/09/15 8:53 06/09/15 20:39

Fluoride mg/L0.476 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L5.16 D 0.028 0.056 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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5160084  300.0_ANIONS_IC  ,WATER
Sulfate mg/LM61VP1AA 17.3 D 0.25B318D9 0.5 206/09/15 8:53 06/09/15 20:39

Chloride mg/LM61VW1AA 10.1 D 0.2B318J1 0.4 206/09/15 12:18 06/09/15 21:24

Fluoride mg/L0.373 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L17.2 D 0.07 0.14 506/10/15 1:55

Sulfate mg/L22.6 D 0.25 0.5 206/09/15 21:24

Chloride mg/LM61VV1AA 7.73 D 0.2B31B13 0.4 206/09/15 11:26 06/09/15 21:09

Fluoride mg/L0.422 D 0.05 0.1 2

Nitrite as N mg/L<0.0380 U D 0.038 0.076 2

Nitrate as N mg/L1.79 D 0.028 0.056 2

Sulfate mg/L17.1 D 0.25 0.5 2

662No. of Results:

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan 
software.
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7196_CR6

0.0015HEXCHROME mg/LM6W0A1AC  106%0.05295146043  MS, B30W99 0.004 1

0.0015HEXCHROME mg/LM6W0H1AC B  0.001805146043  DUP, B30WX9 DUP 0.004 0.0 1

0.0015HEXCHROME mg/LM6W061AA U  <0.001505146043  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6W061AC  101%0.2525146043  LCS, 0.004 1

300.0_ANIONS_IC

0.1Chloride mg/LM6W0K1AC  96%0.7955146044  MS, B30W88 0.2 1

0.025Fluoride mg/L 86%0.118 0.05 1

0.019Nitrite as N mg/L 97%0.0740 0.038 1

0.014Nitrate as N mg/L 94%0.129 0.028 1

0.125Sulfate mg/L 100%4.56 0.25 1

0.2Chloride mg/LM6W0K1AD D  0.9455146044  DUP, B30W88 DUP 0.4 0.1 2

0.05Fluoride mg/LD B  0.0820 0.1 0.0 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  0.177 0.056 0.6 2

0.25Sulfate mg/LD  9.02 0.5 0.3 2

0.1Chloride mg/LM6W071AA U  <0.1005146044  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM6W071AC  99%3.975146044  LCS, 0.2 1

0.025Fluoride mg/L 98%0.984 0.05 1

0.019Nitrite as N mg/L 98%0.744 0.038 1

0.014Nitrate as N mg/L 97%0.548 0.028 1

0.125Sulfate mg/L 99%4.93 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM6W0R1AC  100%6.895146045  MS, B30WX7 0.2 1

0.025Fluoride mg/L 90%0.148 0.05 1

0.019Nitrite as N mg/L 93%0.0710 0.038 1

0.014Nitrate as N mg/L 100%1.38 0.028 1

0.125Sulfate mg/L 101%28.1 0.25 1

0.2Chloride mg/LM6W0R1AD D  14.55146045  DUP, B30WX7 DUP 0.4 0.6 2

0.05Fluoride mg/LD  0.145 0.1 0.7 2

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
D Qual - The reported value is from a dilution 
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0.038Nitrite as N mg/LM6W0R1AD U D  <0.03805146045  DUP, B30WX7 DUP 0.076 2

0.028Nitrate as N mg/LD  2.96 0.056 0.6 2

0.25Sulfate mg/LD  61.2 0.5 1.0 2

0.1Chloride mg/LM6W081AA U  <0.1005146045  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM6W081AC  99%3.955146045  LCS, 0.2 1

0.025Fluoride mg/L 98%0.979 0.05 1

0.019Nitrite as N mg/L 97%0.736 0.038 1

0.014Nitrate as N mg/L 95%0.539 0.028 1

0.125Sulfate mg/L 101%5.05 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM6W551AC 100%4.585147074  MS, B30X12 0.2 1

0.025Fluoride mg/L 90%0.152 0.05 1

0.019Nitrite as N mg/L 93%0.0720 0.038 1

0.014Nitrate as N mg/L 100%1.58 0.028 1

0.125Sulfate mg/L 101%13.8 0.25 1

0.2Chloride mg/LM6W551AD D  9.335147074  DUP, B30X12 DUP 0.4 0.0 2

0.05Fluoride mg/LD  0.153 0.1 0.7 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  3.40 0.056 0.1 2

0.25Sulfate mg/LD  29.5 0.5 0.4 2

0.1Chloride mg/LM6W6P1AC 99%7.115147074  MS, B312N9 0.2 1

0.025Fluoride mg/L 90%0.162 0.05 1

0.019Nitrite as N mg/L 90%0.0690 0.038 1

0.014Nitrate as N mg/L 100%2.34 0.028 1

0.125Sulfate mg/L 101%31.5 0.25 1

0.1Chloride mg/LM6W7V1AA U  <0.1005147074  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM6W7V1AC  98%3.945147074  LCS, 0.2 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Jun-15Date:

Parameter MDLUnitsBatch

Report No. : 66250

Result

WC0076SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.025Fluoride mg/LM6W7V1AC  97%0.9735147074  LCS, 0.05 1

0.019Nitrite as N mg/L 96%0.734 0.038 1

0.014Nitrate as N mg/L 95%0.537 0.028 1

0.125Sulfate mg/L 101%5.05 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM6W7C1AC  98%1.005147076  MS, B30WP5 0.2 1

0.025Fluoride mg/L 89%0.152 0.05 1

0.019Nitrite as N mg/L 94%0.0820 0.038 1

0.014Nitrate as N mg/L 96%0.167 0.028 1

0.125Sulfate mg/L 101%5.92 0.25 1

0.2Chloride mg/LM6W7C1AD D  1.305147076  DUP, B30WP5 DUP 0.4 1.2 2

0.05Fluoride mg/LD  0.131 0.1 2.3 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  0.247 0.056 0.8 2

0.25Sulfate mg/LD  12.1 0.5 1.4 2

0.1Chloride mg/LM6W7N1AC  100%7.345147076  MS, B30WV6 0.2 1

0.025Fluoride mg/L 98%0.226 0.05 1

0.019Nitrite as N mg/L 92%0.0700 0.038 1

0.014Nitrate as N mg/L 100%1.38 0.028 1

0.125Sulfate mg/L 100%24.2 0.25 1

0.2Chloride mg/LM6W7X1AA U D  <0.2005147076  BLANK, 0.4 2

0.05Fluoride mg/LU D  <0.0500 0.1 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LU D  <0.0280 0.056 2

0.25Sulfate mg/LU D  <0.250 0.5 2

0.1Chloride mg/LM6W7X1AC  99%3.945147076  LCS, 0.2 1

0.025Fluoride mg/L 97%0.971 0.05 1

0.019Nitrite as N mg/L 97%0.735 0.038 1

0.014Nitrate as N mg/L 96%0.541 0.028 1

0.125Sulfate mg/L 98%4.88 0.25 1

7196_CR6

0.0015HEXCHROME mg/LM6W7A1AC   0.01125147077  DUP, B30WR1 DUP 0.004 0.9 1

0.0015HEXCHROME mg/LM6W6V1AC  101%0.05055147077  MS, B30XK3 0.004 1

0.0015HEXCHROME mg/LM6W701AA U  <0.001505147077  BLANK, 0.004 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Jun-15Date:

Parameter MDLUnitsBatch

Report No. : 66250

Result

WC0076SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.0015HEXCHROME mg/LM6W701AC  103%0.2575147077  LCS, 0.004 1

7196_CR6

0.0015HEXCHROME mg/LM6W5E1AC  102%0.05105147078  MS, B30XJ1 0.004 1

0.0015HEXCHROME mg/LM6W541AC  0.01785147078  DUP, B30XL7 DUP 0.004 7.6 1

0.0015HEXCHROME mg/LM6W711AA U  <0.001505147078  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6W711AC  102%0.2565147078  LCS, 0.004 1

300.0_ANIONS_IC

0.1Chloride mg/LM6XK21AC  96%0.3855148028  MS, B312R9 0.2 1

0.025Fluoride mg/L 95%0.0950 0.05 1

0.019Nitrite as N mg/L 97%0.0740 0.038 1

0.014Nitrate as N mg/L 102%0.0580 0.028 1

0.125Sulfate mg/L 100%0.503 0.25 1

0.2Chloride mg/LM6XK21AD U D  <0.2005148028  DUP, B312R9 DUP 0.4 2

0.05Fluoride mg/LU D  <0.0500 0.1 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LU D  <0.0280 0.056 2

0.25Sulfate mg/LU D  <0.250 0.5 2

0.1Chloride mg/LM6XLK1AA U  <0.1005148028  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM6XLK1AC  100%3.985148028  LCS, 0.2 1

0.025Fluoride mg/L 99%0.991 0.05 1

0.019Nitrite as N mg/L 97%0.742 0.038 1

0.014Nitrate as N mg/L 97%0.548 0.028 1

0.125Sulfate mg/L 102%5.12 0.25 1

7196_CR6

0.0015HEXCHROME mg/LM6XLA1AC   0.02635148029  DUP, B30N84 DUP 0.004 1.5 1

0.0015HEXCHROME mg/LM6XKL1AC 105%0.05245148029  MS, B30Y91 0.004 1

0.0015HEXCHROME mg/LM6XLP1AA U  <0.001505148029  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6XLP1AC  105%0.2625148029  LCS, 0.004 1

7196_CR6

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum

maryC V5.3.7 
A2002

TestAmerica Laboratories, Inc. 254

June 30, 2015

254 of 265



30-Jun-15Date:

Parameter MDLUnitsBatch

Report No. : 66250

Result

WC0076SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.0015HEXCHROME mg/LM6XQL1AC  106%0.05285149055  MS, B31019 0.004 1

0.0015HEXCHROME mg/LM6XQT1AC   0.03235149055  DUP, B31049 DUP 0.004 0.6 1

0.0015HEXCHROME mg/LM6XR01AA U  <0.001505149055  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6XR01AC 105%0.2625149055  LCS, 0.004 1

7196_CR6

0.0015HEXCHROME mg/LM6XWP1AC  102%0.05105149062  MS, B31509 0.004 1

0.0015HEXCHROME mg/LM6XWQ1AC   0.02885149062  DUP, B31510 DUP 0.004 0.7 1

0.0015HEXCHROME mg/LM6XWR1AA U  <0.001505149062  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6XWR1AC 106%0.2665149062  LCS, 0.004 1

300.0_ANIONS_IC

0.0625Bromide mg/LM6X0T1AC  99%0.2625149065  MS, B31583 0.125 1

0.1Chloride mg/L 97%0.409 0.2 1

0.025Fluoride mg/L 94%0.0990 0.05 1

0.019Nitrite as N mg/L 97%0.0780 0.038 1

0.014Nitrate as N mg/L 99%0.0590 0.028 1

0.041PO4_P mg/L 96%0.166 0.0815 1

0.125Sulfate mg/L 98%0.518 0.25 1

0.125Bromide mg/LM6X0T1AD U D  <0.1255149065  DUP, B31583 DUP 0.25 2

0.2Chloride mg/LU D  <0.200 0.4 2

0.05Fluoride mg/LU D  <0.0500 0.1 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LU D  <0.0280 0.056 2

0.082PO4_P mg/LU D  <0.0820 0.163 2

0.25Sulfate mg/LU D  <0.250 0.5 2

0.0625Bromide mg/LM6X001AA U  <0.06255149065  BLANK, 0.125 1

0.1Chloride mg/LU  <0.100 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.041PO4_P mg/LU  <0.0410 0.0815 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.0625Bromide mg/LM6X001AC  95%2.385149065  LCS, 0.125 1

0.1Chloride mg/L 99%3.96 0.2 1

0.025Fluoride mg/L 98%0.980 0.05 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Jun-15Date:

Parameter MDLUnitsBatch

Report No. : 66250

Result

WC0076SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.019Nitrite as N mg/LM6X001AC  96%0.7335149065  LCS, 0.038 1

0.014Nitrate as N mg/L 96%0.541 0.028 1

0.041PO4_P mg/L 99%1.62 0.0815 1

0.125Sulfate mg/L 102%5.11 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM6XXH1AC  95%0.3865149066  MS, B30WJ5 0.2 1

0.025Fluoride mg/L 89%0.0900 0.05 1

0.019Nitrite as N mg/L 95%0.0730 0.038 1

0.014Nitrate as N mg/L 101%0.0580 0.028 1

0.125Sulfate mg/L 95%0.484 0.25 1

0.2Chloride mg/LM6XXH1AD U D  <0.2005149066  DUP, B30WJ5 DUP 0.4 2

0.05Fluoride mg/LU D  <0.0500 0.1 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LU D  <0.0280 0.056 2

0.25Sulfate mg/LU D  <0.250 0.5 2

0.1Chloride mg/LM6X011AA U  <0.1005149066  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM6X011AC  100%3.985149066  LCS, 0.2 1

0.025Fluoride mg/L 99%0.985 0.05 1

0.019Nitrite as N mg/L 97%0.737 0.038 1

0.014Nitrate as N mg/L 97%0.549 0.028 1

0.125Sulfate mg/L 99%4.94 0.25 1

7196_CR6

0.0015HEXCHROME mg/LM6X0D1AC  107%0.05355149067  MS, B31586 0.004 1

0.0015HEXCHROME mg/LM6X0N1AC B  0.001805149067  DUP, B315V8 DUP 0.004 25.0 1

0.0015HEXCHROME mg/LM6X021AA U  <0.001505149067  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6X021AC 106%0.2645149067  LCS, 0.004 1

7196_CR6

0.0015HEXCHROME mg/LM6XXN1AC  103%0.05175149068  MS, B314V5 0.004 1

0.0015HEXCHROME mg/LM6X0C1AC   0.006905149068  DUP, B315K4 DUP 0.004 7.5 1

0.0015HEXCHROME mg/LM6X031AA U  <0.001505149068  BLANK, 0.004 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
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30-Jun-15Date:
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Report No. : 66250
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TestAmerica Inc TARL
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Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.0015HEXCHROME mg/LM6X031AC  106%0.2655149068  LCS, 0.004 1

7196_CR6

0.0015HEXCHROME mg/LM6XWX1AC  87%0.04355149069  MS, B31042 0.004 1

0.0015HEXCHROME mg/LM6XXM1AC  0.01025149069  DUP, B31546 DUP 0.004 16.2 1

0.0015HEXCHROME mg/LM6X041AA U  <0.001505149069  BLANK, 0.004 1

0.0015HEXCHROME mg/LM6X041AC  105%0.2625149069  LCS, 0.004 1

300.0_ANIONS_IC

0.1Chloride mg/LM6X5V1AC  99%2.925153019  MS, B317W5 0.2 1

0.025Fluoride mg/L 97%0.293 0.05 1

0.019Nitrite as N mg/L 94%0.0720 0.038 1

0.014Nitrate as N mg/L 99%1.02 0.028 1

0.125Sulfate mg/L 100%8.00 0.25 1

0.2Chloride mg/LM6X5V1AD D  5.645153019  DUP, B317W5 DUP 0.4 0.0 2

0.05Fluoride mg/LD  0.447 0.1 0.4 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  2.16 0.056 0.0 2

0.25Sulfate mg/LD  16.7 0.5 0.3 2

0.1Chloride mg/LM6X7W1AA U  <0.1005153019  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM6X7W1AC  99%3.955153019  LCS, 0.2 1

0.025Fluoride mg/L 98%0.980 0.05 1

0.019Nitrite as N mg/L 97%0.737 0.038 1

0.014Nitrate as N mg/L 96%0.542 0.028 1

0.125Sulfate mg/L 101%5.06 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM60CL1AC  97%1.135153038  MS, B319H7 0.2 1

0.025Fluoride mg/L 81%0.106 0.05 1

0.019Nitrite as N mg/L 95%0.0720 0.038 1

0.014Nitrate as N mg/L 94%0.122 0.028 1

0.041PO4_P mg/L 104%10.2 0.0815 1

0.125Sulfate mg/L 103%5.20 0.25 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Jun-15Date:
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Report No. : 66250

Result

WC0079SDG No.:

TestAmerica Inc TARL

Qual
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LCS 
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Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.2Chloride mg/LM60CL1AD D  1.725153038  DUP, B319H7 DUP 0.4 0.2 2

0.05Fluoride mg/LD B  0.0670 0.1 0.0 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  0.165 0.056 0.6 2

0.082PO4_P mg/LD  21.7 0.163 1.2 2

0.25Sulfate mg/LD  10.6 0.5 5.0 2

0.1Chloride mg/LM60DG1AA U  <0.1005153038  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.041PO4_P mg/LU  <0.0410 0.0815 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM60DG1AC  98%3.925153038  LCS, 0.2 1

0.025Fluoride mg/L 97%0.968 0.05 1

0.019Nitrite as N mg/L 96%0.731 0.038 1

0.014Nitrate as N mg/L 96%0.541 0.028 1

0.041PO4_P mg/L 92%1.49 0.0815 1

0.125Sulfate mg/L 97%4.86 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM60FV1AC 98%1.235154030  MS, B31B18 0.2 1

0.025Fluoride mg/L 100%0.100 0.05 1

0.019Nitrite as N mg/L 95%0.0730 0.038 1

0.014Nitrate as N mg/L 99%0.0560 0.028 1

0.041PO4_P mg/L 101%7.19 0.0815 1

0.125Sulfate mg/L 101%7.12 0.25 1

0.2Chloride mg/LM60FV1AD D  1.895154030  DUP, B31B18 DUP 0.4 0.2 2

0.05Fluoride mg/LU D  <0.0500 0.1 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LU D  <0.0280 0.056 2

0.205PO4_P mg/LD  38.9 0.408 0.2 5

0.25Sulfate mg/LD  14.6 0.5 0.6 2

0.1Chloride mg/LM60FW1AA U  <0.1005154030  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

TestAmerica Inc B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.
D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
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Work
Work No. RL RPD

Dil
 Fct

0.041PO4_P mg/LM60FW1AA U  <0.04105154030  BLANK, 0.0815 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM60FW1AC  99%3.955154030  LCS, 0.2 1

0.025Fluoride mg/L 98%0.981 0.05 1

0.019Nitrite as N mg/L 96%0.732 0.038 1

0.014Nitrate as N mg/L 96%0.541 0.028 1

0.041PO4_P mg/L 100%1.63 0.0815 1

0.125Sulfate mg/L 103%5.15 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM60HK1AC  98%1.105154033  MS, B31B27 0.2 1

0.025Fluoride mg/L 101%0.101 0.05 1

0.019Nitrite as N mg/L 96%0.0730 0.038 1

0.014Nitrate as N mg/L 100%0.358 0.028 1

0.041PO4_P mg/L 96%0.532 0.0815 1

0.125Sulfate mg/L 100%5.63 0.25 1

0.2Chloride mg/LM60HK1AD D  1.615154033  DUP, B31B27 DUP 0.4 0.6 2

0.05Fluoride mg/LU D  <0.0500 0.1 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  0.675 0.056 0.6 2

0.082PO4_P mg/LD  0.874 0.163 1.2 2

0.25Sulfate mg/LD  11.4 0.5 0.7 2

0.1Chloride mg/LM60H71AA U  <0.1005154033  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.041PO4_P mg/LU  <0.0410 0.0815 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM60H71AC  98%3.925154033  LCS, 0.2 1

0.025Fluoride mg/L 97%0.967 0.05 1

0.019Nitrite as N mg/L 96%0.729 0.038 1

0.014Nitrate as N mg/L 95%0.539 0.028 1

0.041PO4_P mg/L 91%1.49 0.0815 1

0.125Sulfate mg/L 97%4.86 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM60WE1AC  99%3.415155014  MS, B31811 0.2 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Jun-15Date:

Parameter MDLUnitsBatch

Report No. : 66250

Result

WC0076SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.025Fluoride mg/LM60WE1AC  97%0.2775155014  MS, B31811 0.05 1

0.019Nitrite as N mg/L 94%0.0720 0.038 1

0.014Nitrate as N mg/L 100%1.26 0.028 1

0.125Sulfate mg/L 100%8.19 0.25 1

0.2Chloride mg/LM60WE1AD D  6.695155014  DUP, B31811 DUP 0.4 0.7 2

0.05Fluoride mg/LD  0.411 0.1 0.5 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  2.68 0.056 0.7 2

0.25Sulfate mg/LD  17.0 0.5 0.6 2

0.1Chloride mg/LM60WR1AA U  <0.1005155014  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM60WR1AC 99%3.955155014  LCS, 0.2 1

0.025Fluoride mg/L 98%0.980 0.05 1

0.019Nitrite as N mg/L 97%0.738 0.038 1

0.014Nitrate as N mg/L 96%0.543 0.028 1

0.125Sulfate mg/L 102%5.11 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM61DJ1AC  99%1.525156037  MS, B31B00 0.2 1

0.025Fluoride mg/L 87%0.114 0.05 1

0.019Nitrite as N mg/L 95%0.0730 0.038 1

0.014Nitrate as N mg/L 100%1.06 0.028 1

0.041PO4_P mg/L 103%2.50 0.0815 1

0.125Sulfate mg/L 103%7.85 0.25 1

0.2Chloride mg/LM61DJ1AD D  2.515156037  DUP, B31B00 DUP 0.4 0.6 2

0.05Fluoride mg/LD B  0.0650 0.1 0.0 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  2.24 0.056 0.4 2

0.082PO4_P mg/LD  5.18 0.163 2.9 2

0.25Sulfate mg/LD  16.3 0.5 2.5 2

0.1Chloride mg/LM61D81AA U  <0.1005156037  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
B Qual - The analyte was detected at a value less than the reporting limit (RL), but greater than or equal to the MDL.

rptTALRchQcSum
maryC V5.3.7 
A2002

TestAmerica Laboratories, Inc. 260

June 30, 2015

260 of 265



30-Jun-15Date:

Parameter MDLUnitsBatch

Report No. : 66250

Result

WC0076SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.014Nitrate as N mg/LM61D81AA U  <0.01405156037  BLANK, 0.028 1

0.041PO4_P mg/LU  <0.0410 0.0815 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM61D81AC 99%3.955156037  LCS, 0.2 1

0.025Fluoride mg/L 98%0.977 0.05 1

0.019Nitrite as N mg/L 96%0.734 0.038 1

0.014Nitrate as N mg/L 96%0.544 0.028 1

0.041PO4_P mg/L 98%1.59 0.0815 1

0.125Sulfate mg/L 101%5.07 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM61C71AC  98%5.295156038  MS, B318B7 0.2 1

0.025Fluoride mg/L 95%0.250 0.05 1

0.019Nitrite as N mg/L 92%0.0710 0.038 1

0.014Nitrate as N mg/L 99%4.19 0.028 1

0.125Sulfate mg/L 99%14.4 0.25 1

0.2Chloride mg/LM61C71AD D  11.05156038  DUP, B318B7 DUP 0.4 1.1 2

0.05Fluoride mg/LD  0.355 0.1 1.4 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  9.18 0.056 1.0 2

0.25Sulfate mg/LD  30.9 0.5 1.1 2

0.1Chloride mg/LM61D91AA U  <0.1005156038  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM61D91AC  99%3.985156038  LCS, 0.2 1

0.025Fluoride mg/L 98%0.980 0.05 1

0.019Nitrite as N mg/L 97%0.742 0.038 1

0.014Nitrate as N mg/L 98%0.551 0.028 1

0.125Sulfate mg/L 99%4.94 0.25 1

7196_CR6

0.0015HEXCHROME mg/LM61D71AC   0.01645156039  DUP, B314T9 DUP 0.004 1.2 1

0.0015HEXCHROME mg/LM61DE1AC  105%0.05255156039  MS, B31602 0.004 1

0.0015HEXCHROME mg/LM61EA1AA U  <0.001505156039  BLANK, 0.004 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Jun-15Date:

Parameter MDLUnitsBatch

Report No. : 66250

Result

WC0085SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.0015HEXCHROME mg/LM61EA1AC  101%0.2515156039  LCS, 0.004 1

7196_CR6

0.0015HEXCHROME mg/LM61FN1AC  103%0.05175158010  MS, B31516 0.004 1

0.0015HEXCHROME mg/LM61F51AC U  <0.001505158010  DUP, B315L4 DUP 0.004 0.0 1

0.0015HEXCHROME mg/LM61GH1AA U  <0.001505158010  BLANK, 0.004 1

0.0015HEXCHROME mg/LM61GH1AC  102%0.2545158010  LCS, 0.004 1

300.0_ANIONS_IC

0.0625Bromide mg/LM61F61AC N 128%0.3215159019  MS, B315K9 0.125 1

0.1Chloride mg/L 99%4.65 0.2 1

0.025Fluoride mg/L 96%0.169 0.05 1

0.019Nitrite as N mg/L 109%0.0830 0.038 1

0.014Nitrate as N mg/L 101%1.63 0.028 1

0.041PO4_P mg/L 120%0.197 0.0815 1

0.125Sulfate mg/L 99%19.7 0.25 1

0.125Bromide mg/LM61F61AD U D  <0.1255159019  DUP, B315K9 DUP 0.25 2

0.2Chloride mg/LD  9.61 0.4 1.0 2

0.05Fluoride mg/LD  0.165 0.1 1.2 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  3.49 0.056 1.3 2

0.082PO4_P mg/LU D  <0.0820 0.163 2

0.625Sulfate mg/LD  107.0 1.25 0.1 5

0.0625Bromide mg/LM61H31AA U  <0.06255159019  BLANK, 0.125 1

0.1Chloride mg/LU  <0.100 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.041PO4_P mg/LU  <0.0410 0.0815 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.0625Bromide mg/LM61H31AC  106%2.655159019  LCS, 0.125 1

0.1Chloride mg/L 102%4.08 0.2 1

0.025Fluoride mg/L 105%1.05 0.05 1

0.019Nitrite as N mg/L 103%0.783 0.038 1

0.014Nitrate as N mg/L 107%0.603 0.028 1

0.041PO4_P mg/L 139%2.26 0.0815 1

TestAmerica Inc D Qual - The reported value is from a dilution 
N Qual - MS, MSD: Spike recovery exceeds upper or lower control limit.
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.
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30-Jun-15Date:

Parameter MDLUnitsBatch

Report No. : 66250

Result

WC0076SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.125Sulfate mg/LM61H31AC  103%5.145159019  LCS, 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM61GC1AC  99%3.805159021  MS, B31827 0.2 1

0.025Fluoride mg/L 101%0.298 0.05 1

0.019Nitrite as N mg/L 111%0.0850 0.038 1

0.014Nitrate as N mg/L 101%1.27 0.028 1

0.125Sulfate mg/L 101%8.54 0.25 1

0.2Chloride mg/LM61GC1AD D  7.655159021  DUP, B31827 DUP 0.4 0.7 2

0.05Fluoride mg/LD  0.439 0.1 0.9 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  2.69 0.056 0.5 2

0.25Sulfate mg/LD  17.8 0.5 0.9 2

0.1Chloride mg/LM61H91AA U  <0.1005159021  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM61H91AC  102%4.075159021  LCS, 0.2 1

0.025Fluoride mg/L 103%1.03 0.05 1

0.019Nitrite as N mg/L 102%0.776 0.038 1

0.014Nitrate as N mg/L 106%0.596 0.028 1

0.125Sulfate mg/L 107%5.35 0.25 1

7196_CR6

0.0015HEXCHROME mg/LM61HT1AC  93%0.04645159022  MS, B31519 0.004 1

0.0015HEXCHROME mg/LM61HV1AC  0.03915159022  DUP, B31521 DUP 0.004 0.5 1

0.0015HEXCHROME mg/LM61JF1AA U  <0.001505159022  BLANK, 0.004 1

0.0015HEXCHROME mg/LM61JF1AC  104%0.2615159022  LCS, 0.004 1

300.0_ANIONS_IC

0.1Chloride mg/LM61J71AC  100%5.605159043  MS, B31734 0.2 1

0.025Fluoride mg/L 100%0.745 0.05 1

0.019Nitrite as N mg/L 97%0.0760 0.038 1

0.014Nitrate as N mg/L 97%0.0560 0.028 1

0.125Sulfate mg/L 106%0.545 0.25 1

0.2Chloride mg/LM61J71AD D  11.85159043  DUP, B31734 DUP 0.4 1.4 2

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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30-Jun-15Date:

Parameter MDLUnitsBatch

Report No. : 66250

Result

WC0076SDG No.:

TestAmerica Inc TARL

Qual

QC Results Summary

LCS 
Recovery

Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

0.05Fluoride mg/LM61J71AD D  1.455159043  DUP, B31734 DUP 0.1 1.5 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LU D  <0.0280 0.056 2

0.25Sulfate mg/LU D  <0.250 0.5 2

0.1Chloride mg/LM61M01AA U  <0.1005159043  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM61M01AC 97%3.885159043  LCS, 0.2 1

0.025Fluoride mg/L 97%0.969 0.05 1

0.019Nitrite as N mg/L 96%0.732 0.038 1

0.014Nitrate as N mg/L 95%0.534 0.028 1

0.125Sulfate mg/L 97%4.84 0.25 1

300.0_ANIONS_IC

0.1Chloride mg/LM61LL1AC  99%5.725159044  MS, B31722 0.2 1

0.025Fluoride mg/L 100%0.519 0.05 1

0.019Nitrite as N mg/L 95%0.0730 0.038 1

0.014Nitrate as N mg/L 99%0.170 0.028 1

0.125Sulfate mg/L 100%11.6 0.25 1

0.2Chloride mg/LM61LL1AD D  11.95159044  DUP, B31722 DUP 0.4 0.4 2

0.05Fluoride mg/LD  0.930 0.1 0.1 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LD  0.264 0.056 3.5 2

0.25Sulfate mg/LD  24.6 0.5 0.3 2

0.1Chloride mg/LM61M11AA U  <0.1005159044  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM61M11AC 99%3.975159044  LCS, 0.2 1

0.025Fluoride mg/L 99%0.99 0.05 1

0.019Nitrite as N mg/L 97%0.742 0.038 1

0.014Nitrate as N mg/L 97%0.548 0.028 1

0.125Sulfate mg/L 99%4.97 0.25 1

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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Result
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Ordered by Method, Batch No, QC Type,.

Work
Work No. RL RPD

Dil
 Fct

300.0_ANIONS_IC

0.1Chloride mg/LM61VJ1AC  97%0.3905160084  MS, B318C9 0.2 1

0.025Fluoride mg/L 98%0.0990 0.05 1

0.019Nitrite as N mg/L 97%0.0740 0.038 1

0.014Nitrate as N mg/L 97%0.0550 0.028 1

0.125Sulfate mg/L 103%0.517 0.25 1

0.2Chloride mg/LM61VJ1AD U D  <0.2005160084  DUP, B318C9 DUP 0.4 2

0.05Fluoride mg/LU D  <0.0500 0.1 2

0.038Nitrite as N mg/LU D  <0.0380 0.076 2

0.028Nitrate as N mg/LU D  <0.0280 0.056 2

0.25Sulfate mg/LU D  <0.250 0.5 2

0.1Chloride mg/LM610N1AA U  <0.1005160084  BLANK, 0.2 1

0.025Fluoride mg/LU  <0.0250 0.05 1

0.019Nitrite as N mg/LU  <0.0190 0.038 1

0.014Nitrate as N mg/LU  <0.0140 0.028 1

0.125Sulfate mg/LU  <0.125 0.25 1

0.1Chloride mg/LM610N1AC  98%3.935160084  LCS, 0.2 1

0.025Fluoride mg/L 98%0.980 0.05 1

0.019Nitrite as N mg/L 97%0.737 0.038 1

0.014Nitrate as N mg/L 95%0.539 0.028 1

0.125Sulfate mg/L 98%4.91 0.25 1

470No. of Results:

TestAmerica Inc D Qual - The reported value is from a dilution 
U Qual - Analyzed for but not detected above limiting criteria, Mdc/Mda/Mdl, Total Uncert, RDL or not identified by gamma scan software.rptTALRchQcSum
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