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Hexavalent Chromium Daily Activity Log
Project: 100-HR-3 GW Monitoring / SAF C02-040
100-KR-4 GW Monitoring / SAF C02-039
Logbook HNF-N-296 1
Date: 08/09/02

analyze samples for hexavalent chromium using a HACH DR 2010 spectrophotometer,
S/N 980600009425, Method 950, low range hexavalent chromium.
. 0745 | Prepared 0.10 mg/L standard by adding 240 pL of 12.5 mg/L. HACH hexavalent

0738 | M. A. Baechler arrived on-site at 200W, HO 68N-1985 mobile laboratory. Set up to e

chromium standard, lot # A0234, no expiration, to 29.76 mL of deionized water. e e
| 0816 | Analyzed samples. ' o

~ pwiy grievd

0845 Packed up equipment and left site.

Data recorded real time using a laptop computer.

Sample # Well # Concentration Date Time Sampler
' (mg/L) Sampled Sampled
Blank - <0.005 Co- - -
0.10 mg/L std. _ - 0.104 - : - - -
o1 “?-“‘“,’ng 199-H4-4 . 0.n" 08/08/02 09:30 - DPC
Bl14Y12 199-H4-63 0.u17/ 08/08/02 09:56 DPC
B14YT4 199-H4-64 nnna 08/08/02 - 08:55 DPC )
B14WB4 199-K-21 0.050 08/08/02 10:12 FMH
.. B14WB7 199-K-22 0.147 08/08/02 11:29 FMH R
B14WBS | 199-K-22 0.148 08/08/02 11:29 FMH e
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Hexavalent Chromium Daily Activity Log

Pr ject: 100-HR-3 GW Monitoring / SAF C02-040

Logbook HNF-N-296 1
Date: 08/13/02

oms

M. A. Baechler arrived on-site at 200W, HO 68N-1985 mobile laboratory. Setup to
analyze samples for hexavalent chromium using a HACH DR 2010 spectrophotometer,
™ 980600009425, Method 950, low range hexavalent chromium.

0730

Prepared 0.10 mg/L standard by adding 240 pL of 12.5 mg/L HACH hexavalent
chromium standard, lot # A0234, no expiration, to 29.76 mL of deiori~=4 water.

0745

. .Jalyzed =~mples.

- Sample #

Well # ~Concentration Date Time

(mg/L) Sampled Sampled

Sampler

Blank

- <0.005 - - -

0.10 mg/L std.

0.106

14YR9

199-H4-5 0.058 vs/12/02 09:00 DPC

0.10 mg/L std. | -

0.107 - - -

1010 Packed up equipment and left site.

Data recorded real time using a laptop computer.
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