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Rev. 0

Friday, October 04, 2019

Karen Waters-Husted

CH2M HILL Plateau Remediation Company
825 Jadwin Avenue

Richland, WA 99352

Re: ALS Workorder: 1909146
Project Name: Apatite Barrier, September 201
Project Number: 119-029

Dear Ms. Waters-Husted:

Five water samples were received from CH2M HILL Plateau Remediation Company, on 9/10/2019. The samples
were scheduled for the following analysis:

Inorganics

The results for these analyses are contained in the enclosed reports.

The data contained in the following report have been reviewed and approved by the personnel listed below. In
addition, ALS certifies that the analyses reported herein are true, complete and correct within the limits of the method:
employed.

Thank you for your confidence in ALS Environmental. Should you have any questions, please call.

Sincerely,

bt . ——

ALS Environmental . . .. . .
Katie M. OBrien We certify that this data package is in compliance with the

Project Manager SOW, both technically and for completeness, including a full
description of, explanation of, and corrective actions for, any
and all deviations, from either the analyses requested or the
case narrative requested. Release of the data contained in
this hard copy data package has been authorized by the
Laboratory Analytical Manager (or designee) and the
laboratory’s client services representative as verified by their
signatures on this report.

ADDRESS 225 Commerce Drive, Fort Collins, Colorado, USA 80524 | PHONE +1 970 490 1511 | FAX +1 970 490 1522
ALS GROUP USA, CORP. Part of the ALS Laboratory Group An ALS Limited Company

www.alsglobal.com
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ALS -- Fort Collins

Sample Number(s) Cross-Reference Table

Rev. 0

OrderNum

Client Name

Client Project Name
Client Project Number

: 1909146

: CH2M HILL Plateau Remediation Company

: Apatite Barrier, September 201
: 119-029

Client PO Number: BOA 54854
Client Sample Lab Sample | COC Number | Matrix Date Time

Number Number Collected | Collected
B3R639 1909146-1 WATER  09-Sep-19 12:01
B3R5Y4 1909146-2 WATER  09-Sep-19 10:33
B3R5M0 1909146-3 WATER 09-Sep-19 9:19
B3R5R2 1909146-4 WATER  09-Sep-19 10:22
B3R624 1909146-5 WATER  09-Sep-19 12:06

Page 1 of 1 ALS -- Fort Collins

LIMS Version: 6.907

Date Printed: Tuesday, September 10, 2019
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ALS1909146 Oct. 04, 2019

ALS Environmental - Fort Collins

CONDITION OF SAMPLE UPON RECEIPT FORM
ALS

client: __/~ HPRC. Workorder No: ]q 09 ! b

Rev. 0

Project Manager: Ko Initials: ﬂ‘l Date: 9-10- 19

. Are airbills / shipping documents present and/or removable? | '

Are custody seals on shipping containers intact?

DROP OFF E NO
NONE NO *

Are custody seals on sample containers intact?

NONE

Is there a COC (chain-of-custody) present?

Is the COC in agreement with samples received? (IDs, dates, times, # of samples, # of containers,

matrix, requested analyses, etc.)

Are short-hold samples present?

Are all samples within holding times for the requested analyses?

Were all sample containers received intact? (not broken or leaking)

Is there sufficient sample for the requested analyses?

- Are all samples in the proper containers for the requested analyses?

- Are all aqueous samples preserved correctly, if required? (excluding volatiles)

YES NO *

12. Are all aqueous non-preserved samples pH 4-9? N/A
5, Are all samples requiring no headspace (VOC, GRO, RSK/MEE, radon) free of bubbles
> 6 mm (1/4 inch) diameter? (i.e. size of green pea) @
14. Were the samples shipped on ice? @ NO
15. Were cooler temperatures measured at 0.1-6.0°C? Tseg;;in 41 (H) 44 o @ NO
Cooler #: \ o

Temperature (°C): 3 o |

No. of custody seals on cooler: X

DOT Survey .
Acceptance External uR/hr reading: 12

Information
.Background pR/hr reading: | 3

Were external uR/hr readings < two times background and within DOT acceptance criteria? YES /NO /NA (It no, see Form 008.)

* Please provide details here for NO responses to gray boxes above - for 2 thru 5 & 7 thru 12, notify PM & continue w/ login.

All client bottle ID's vs ALS lab ID's double-checked by: |19

If applicable, was the client contacted? YES / NO / NA| Contact:

Date/Time:

Project Manager Signature / Date: li %——’—ﬂ’\—"”' &’ ( { b ! { 4‘

Form 201r27.xIs *IR Gun #1, VWR SN 170560549
(02/11/2019) *IR Gun #3, VWR SN 170647571
*IR Gun #4, Oakton, SN 2372220101-0002

Page 1 of
8 of 22
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After printing this label:

1. Use the 'Print' button on this page to print your label to your laser or inkjet printer.

2. Fold the printed page along the horizontal line.

3. Place label in shipping pouch and affix it to your shipment so that the barcode portion of the label can be read and scanned.

Warning: Use only the printed original label for shipping. Using a photocopy of this label for shipping purposes is fraudulent and could
result in additional billing charges, along with the cancellation of your FedEx account number.

Use of this system constitutes your agreement to the service conditions in the current FedEx Service Guide, available on
fedex.com.FedEx will not be responsible for any claim in excess of $100 per package, whether the result of loss, damage, delay, non-
delivery,misdelivery,or misinformation, unless you declare a higher value, pay an additional charge, document your actual loss and file
a timely claim.Limitations found in the current FedEx Service Guide apply. Your right to recover from FedEx for any loss, including
intrinsic value of the package, loss of sales, income interest, profit, attorney's fees, costs, and other forms of damage whether direct,
incidental,consequential, or special is limited to the greater of $100 or the authorized declared value. Recovery cannot exceed actual
documented loss.Maximum for items of extraordinary value is $1,000, e.g. jewelry, precious metals, negotiable instruments and other
items listed in our ServiceGuide. Written claims must be filed within strict time limits, see current FedEx Service Guide.

https://www.fedex.com/shipping/html/en/PrintIFrame.html 9/9/20190f 22



ALS1909146 Oct. 04, 2019

Inorganics
Case Narrative

CH2M HILL Plateau Remediation Company
Apatite Barrier, September 201, -- 119-029

Work Order Number: 1909146

1. The samples were prepared for analysis based on Environmental Monitoring Systems

Laboratory (EMSL) Rev 2.1 procedures.

2. The samples were analyzed following EMSL procedures for the current revisions of the

following SOPs and methods:

Analyte Method

Chloride 300.0 Revision 2.1
Fluoride 300.0 Revision 2.1
Nitrate as N 300.0 Revision 2.1
Nitrite as N 300.0 Revision 2.1
Sulfate 300.0 Revision 2.1

SOP #
1113
1113
1113
1113
1113

3. All standards and solutions were used within their recommended shelf life.

4. The samples were prepared and analyzed within the established hold time for this analysis.

All'in house quality control procedures were followed, as described below.

5. General quality control procedures.

m A preparation (method) blank, laboratory control sample (LCS) and laboratory control
sample duplicate (LCSD) were prepared and analyzed with the samples in this

preparation batch.

m  The method blank associated with this batch was below the reporting limit for the
requested analytes. Sample results have been compared to the blank results and are

flagged as appropriate.

m All laboratory control sample criteria were met.

Rev. 0

10 of 22



ALS1909146 Oct. 04, 2019 Rev. 0

ALS

= Allinitial and continuing calibration blanks were below the reporting limit for the
requested analytes.

= Allinitial and continuing calibration verifications were within the acceptance criteria for
the requested analytes.

6. Matrix specific quality control procedures.

Sample 1909066-3 was designated as the quality control sample for this analysis. Results for the
shared quality control samples from the batch are included at the client’s request.

Similarity of matrix and therefore relevance of the QC results should not be automatically
inferred for any sample other than the native sample selected for QC.

= A matrix spike (MS) was prepared and analyzed with this batch. All guidance criteria for
precision and accuracy were met.

» Due to a CCB failure on 9/10/19 for sulfate, the samples were reanalyzed with
acceptable CCBs, but the MS was not reanalyzed.

7. ltis a standard practice that samples for CHPRC on the ion chromatograph are analyzed at
a dilution. The 2X factor can be considered an artifact of the prep and does not indicate a
secondary dilution and is therefore not flagged as a dilution.

8. Manual integrations are performed when needed to provide consistent and defensible data
following the guidelines in the current revision of SOP 939.

The data contained in the following report have been reviewed and approved by the personnel listed
below. In addition, ALS certifies that the analyses reported herein are true, complete and correct within
the limits of the methods employed.

10/4/19
Melinda Greubel Date
Inorganics Primary Data Reviewer

W o f— 10/4/19

Inorganics Final Data Reviewer Date

11 of 22
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Oct. 04, 2019

Rev. 0

ALS

Inorganic Data Reporting Qualifiers

The following qualifiers are used as needed by the laboratory when reporting results of
inorganic analyses.

o Concentration qualifier -- A “B” is entered if the reported value was obtained from a reading
that was less than the Reporting Limit but greater than or equal to ALS’s Method Detection
Limit. If the analyte was analyzed for but not detected a “U” is entered.

o QC qualifier -- Specified entries and their meanings are as follows:

E -

M -

N -

The reported value is estimated because of the presence of interference. An
explanatory note may be included in the narrative.

Duplicate injection precision was not met.
Spiked sample recovery not within control limits. A post spike is analyzed for all ICP
analyses when the matrix spike and or spike duplicate fail and the native sample

concentration is less than four times the spike added concentration.

Spiked recovery not within control limits. An explanatory note may be included in the
narrative.

Duplicate analysis (relative percent difference) not within control limits.

SAR value is estimated as one or more analytes used in the calculation were not
detected above the detection limit.

The analyte was detected in both the sample and the associated QC blank, and the
sample concentration was <=5X the blank concentration.

Analyte was reported at a secondary dilution factor, typically DF>1 (i.e., the primary
preparation required dilution to either bring the analyte within the calibration range or
to minimize interference). Required for organics/wetchem if the sample was diluted.

12 of 22



ALS1909146

Lab Name:
Work Order Number:
Client Name:

ClientProject ID:

Oct. 04, 2019

lon Chromatography

Method EPA300.0 Revision 2.1
Sample Results

ALS -- Fort Collins

1909146

CH2M HILL Plateau Remediation Company
Apatite Barrier, September 201 119-029

Rev. 0

Field ID: B3R639

Sample Matrix: WATER

Prep Batch: 1C190910-1 Analyst: Lainey M. Lloyd

Lab ID:  1909146-1 % Moisture: N/A QCBatchlID: 1C190910-1-1 Sample Aliquot: 5ml
i Date Collected: 09-Sep-19 Run ID: IC190911-1A5 Final Volume: 5ml
Date Extracted: 10-Sep-19 Cleanup: NONE Result Units: MG/L
Date Analyzed: 11-Sep-19 Basis: As Received Clean DF: 1
Prep Method: NONE File Name: 190911IC3LIMS
CASNO Target Analyte Dilution Result Result Reporting MDL
Factor Qualifier Limit
16984-48-8 | FLUORIDE AnalysisTime: 08:23 2 0.06] U 0.2 0.06
16887-00-6 | CHLORIDE AnalysisTime: 08:23 2 16 0.4 0.12
14797-65-0 | NITRITE AS N AnalysisTime: 08:23 2 0.25 0.2 0.06
14797-55-8 | NITRATE AS N AnalysisTime: 08:23 2 18 0.4 0.12
14808-79-8 | SULFATE AnalysisTime: 08:23 2 78 2 0.6
Data Package ID: 1C1909146-1
Date Printed: Friday, October 04, 2019 ALS -- Fort Collins Page 1 0of 5

LIMS Version: 6.912
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ALS1909146

Lab Name:
Work Order Number:
Client Name:

ClientProject ID:

Oct. 04, 2019

lon Chromatography

Method EPA300.0 Revision 2.1
Sample Results

ALS -- Fort Collins

1909146

CH2M HILL Plateau Remediation Company
Apatite Barrier, September 201 119-029

Rev. 0

Field ID: B3R5Y4

Sample Matrix: WATER

Prep Batch: 1C190910-1 Analyst: Lainey M. Lloyd

[+ i : . 1. i .
Lab ID: 1909146-2 % Moisture: N/A QCBatchlID: 1C190910-1-1 Sarr.1ple Aliquot: 5ml
Date Collected: 09-Sep-19 Run ID: IC190911-1A5 Final Volume: 5ml
Date Extracted: 10-Sep-19 Cleanup: NONE Result Units: MG/L
Date Analyzed: 11-Sep-19 Basis: As Received Clean DF: 1
Prep Method: NONE File Name: 190911IC3LIMS
CASNO Target Analyte Dilution Result Result Reporting MDL
Factor Qualifier Limit
16984-48-8 | FLUORIDE AnalysisTime: 08:35 2 0.06] U 0.2 0.06
16887-00-6 | CHLORIDE AnalysisTime: 08:35 2 8.1 0.4 0.12
14797-65-0 | NITRITE AS N AnalysisTime: 08:35 2 0.33 0.2 0.06
14797-55-8 | NITRATE AS N AnalysisTime: 08:35 2 6.4 0.4 0.12
14808-79-8 | SULFATE AnalysisTime: 08:35 2 39 2 0.6
Data Package ID: 1C1909146-1
Date Printed: Friday, October 04, 2019 ALS -- Fort Collins Page 2 of 5

LIMS Version: 6.912
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ALS1909146

Lab Name:
Work Order Number:
Client Name:

ClientProject ID:

Oct. 04, 2019

lon Chromatography

Method EPA300.0 Revision 2.1
Sample Results

ALS -- Fort Collins

1909146

CH2M HILL Plateau Remediation Company
Apatite Barrier, September 201 119-029

Rev. 0

Field ID: B3RSMO

Sample Matrix: WATER

Prep Batch: 1C190910-1 Analyst: Lainey M. Lloyd

[+ i : . 1. i .
Lab ID: 1909146-3 % Moisture: N/A QCBatchlID: 1C190910-1-1 Sarr.1ple Aliquot: 5ml
Date Collected: 09-Sep-19 Run ID: IC190911-1A5 Final Volume: 5ml
Date Extracted: 10-Sep-19 Cleanup: NONE Result Units: MG/L
Date Analyzed: 11-Sep-19 Basis: As Received Clean DF: 1
Prep Method: NONE File Name: 190911IC3LIMS
CASNO Target Analyte Dilution Result Result Reporting MDL
Factor Qualifier Limit
16984-48-8 | FLUORIDE AnalysisTime: 08:48 2 0.06] U 0.2 0.06
16887-00-6 | CHLORIDE AnalysisTime: 08:48 2 17 0.4 0.12
14797-65-0 | NITRITE AS N AnalysisTime: 08:48 2 0.27 0.2 0.06
14797-55-8 | NITRATE AS N AnalysisTime: 08:48 2 9.8 0.4 0.12
14808-79-8 | SULFATE AnalysisTime: 08:48 2 74 2 0.6
Data Package ID: 1C1909146-1
Date Printed: Friday, October 04, 2019 ALS -- Fort Collins Page 3 of 5

LIMS Version: 6.912
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ALS1909146

Lab Name:
Work Order Number:
Client Name:

ClientProject ID:

Oct. 04, 2019

lon Chromatography

Method EPA300.0 Revision 2.1
Sample Results

ALS -- Fort Collins

1909146

CH2M HILL Plateau Remediation Company
Apatite Barrier, September 201 119-029

Rev. 0

Field ID: B3RSR2

Sample Matrix: WATER

Prep Batch: 1C190910-1 Analyst: Lainey M. Lloyd

0, H . . _1_ H .
Lab ID:  1909146-4 % Moisture: N/A QCBatchlID: 1C190910-1-1 Sarr.1ple Aliquot: 5ml
Date Collected: 09-Sep-19 Run ID: IC190911-1A5 Final Volume: 5ml
Date Extracted: 10-Sep-19 Cleanup: NONE Result Units: MG/L
Date Analyzed: 11-Sep-19 Basis: As Received Clean DF: 1
Prep Method: NONE File Name: 190911IC3LIMS
CASNO Target Analyte Dilution Result Result Reporting MDL
Factor Qualifier Limit
16984-48-8 | FLUORIDE AnalysisTime: 09:00 2 0.06] U 0.2 0.06
16887-00-6 | CHLORIDE AnalysisTime: 09:00 2 20 0.4 0.12
14797-65-0 | NITRITE AS N AnalysisTime: 09:00 2 0.3 0.2 0.06
14797-55-8 | NITRATE AS N AnalysisTime: 09:00 2 18 0.4 0.12
14808-79-8 | SULFATE AnalysisTime: 09:00 2 71 2 0.6
Data Package ID: 1C1909146-1
Date Printed: Friday, October 04, 2019 ALS -- Fort Collins Page 4 of 5

LIMS Version: 6.912
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ALS1909146

Lab Name:
Work Order Number:
Client Name:

ClientProject ID:

Oct. 04, 2019

lon Chromatography

Method EPA300.0 Revision 2.1
Sample Results

ALS -- Fort Collins

1909146

CH2M HILL Plateau Remediation Company
Apatite Barrier, September 201 119-029

Rev. 0

Field ID: B3R624

Sample Matrix: WATER

Prep Batch: 1C190910-1 Analyst: Lainey M. Lloyd

0, H . . _1_ H .
Lab ID: 1909146-5 % Moisture: N/A QCBatchlID: 1C190910-1-1 Sarr.1ple Aliquot: 5ml
Date Collected: 09-Sep-19 Run ID: IC190911-1A5 Final Volume: 5ml
Date Extracted: 10-Sep-19 Cleanup: NONE Result Units: MG/L
Date Analyzed: 11-Sep-19 Basis: As Received Clean DF: 1
Prep Method: NONE File Name: 190911IC3LIMS
CASNO Target Analyte Dilution Result Result Reporting MDL
Factor Qualifier Limit
16984-48-8 | FLUORIDE AnalysisTime: 09:12 2 0.06] U 0.2 0.06
16887-00-6 | CHLORIDE AnalysisTime: 09:12 2 16 0.4 0.12
14797-65-0 | NITRITE AS N AnalysisTime: 09:12 2 0.25 0.2 0.06
14797-55-8 | NITRATE AS N AnalysisTime: 09:12 2 20 0.4 0.12
14808-79-8 | SULFATE AnalysisTime: 09:12 2 88 2 0.6
Data Package ID: 1C1909146-1
Date Printed: Friday, October 04, 2019 ALS -- Fort Collins Page 5 of 5

LIMS Version: 6.912
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ALS1909146 Oct. 04, 2019 Rev. 0

lon Chromatography

Method EPA300.0 Revision 2.1
Method Blank

Lab Name:
Work Order Number:
Client Name:

ClientProject ID:

ALS -- Fort Collins

1909146

CH2M HILL Plateau Remediation Company
Apatite Barrier, September 201 119-029

S le Matrix: WATER : - i :
Lab ID: 1C190910-1MB ample . atrix Prep Batch: 1C190910-1 Sarr.1ple Aliquot: 5ml
% Moisture: N/A QCBatchlID: 1C190910-1-1 Final Volume: 5ml
Date Collected: N/A Run ID: IC190910-1A5 Result Units: MG/L
Date Extracted: 10-Sep-19 Cleanup: NONE Clean DF: 1
Date Analyzed: 11-Sep-19 Basis: N/A
File Name: 190910IC3LIMS
CASNO Target Analyte DF Result Result Reporting MDL
Qualifier Limit
16984-48-8 FLUORIDE 0.03 | U 0.1 0.03
16887-00-6 CHLORIDE 0.06 | U 0.2 0.06
14797-65-0 NITRITE AS N 0.03 | U 0.1 0.03
14797-55-8 NITRATE AS N 0.06 | U 0.2 0.06
14808-79-8 SULFATE 03| U 1 0.3
Data Package ID: 1C1909146-1
Date Printed: Friday, October 04, 2019 ALS -- Fort Collins Page 1 of 1

LIMS Version: 6.912
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LIMS Version: 6.912

ALS1909146 Oct. 04, 2019 Rev. 0
lon Chromatography
Method EPA300.0 Revision 2.1
Laboratory Control Sample and Laboratory Control Sample Duplicate
Lab Name: ALS -- Fort Collins
Work Order Number: 1909146
Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: Apatite Barrier, September 201 119-029
Lab ID: 1C190910-1LCS Sample Matrlxi WATER Prep Batch: IC190910-1 Sarr.1ple Aliquot: 5ml
% Moisture: N/A QCBatchlID: 1C190910-1-1 Final Volume: 5ml
Date Collected: N/A Run ID: IC190910-1A5 Result Units: MG/L
Date Extracted: 09/10/2019 Cleanup: NONE Clean DF: 1
Date Analyzed: 09/11/2019 Basis: N/A
Prep Method: NONE File Name: 190910IC3LIMS
CASNO Target Analyte Spike LCS Reporting Result LCS % | Control
Added Result Limit Qualifier Rec. Limits
16984-48-8 | FLUORIDE 5 5.05 0.1 101 90 - 110%
16887-00-6 | CHLORIDE 10 9.98 0.2 100 90 - 110%
14797-65-0 [NITRITEASN 5 4.97 0.1 101 90 - 110%
14797-55-8 | NITRATEASN 10 9.87 0.2 99 90 - 110%
14808-79-8 | SULFATE 50 50.1 1 100 90 - 110%
S le Matrix: WATER : - i :
Lab ID: 1C190910-1LCSD ample : atrix Prep Batch: 1C190910-1 Sarr.1ple Aliquot: 5ml
% Moisture: N/A QCBatchlID: 1C190910-1-1 Final Volume: 5ml
Date Collected: N/A Run ID: IC190910-1A5 Result Units: MG/L
Date Extracted: 09/10/2019 Cleanup: NONE Clean DF: 1
Date Analyzed: 09/11/2019 Basis: N/A
Prep Method: NONE File Name: 190910IC3LIMS
CASNO Target Analyte Spike LCSD Reporting Result LCSD RPD RPD
Added Result Limit Qualifier % Rec. Limit
16984-48-8 FLUORIDE 5 4.74 0.1 95 15 6
16887-00-6 | CHLORIDE 10 9.29 0.2 93 15 7
14797-65-0 [NITRITEASN 5 5.14 0.1 103 15 3
14797-55-8 | NITRATEASN 10 9.17 0.2 92 15 7
14808-79-8 | SULFATE 50 46.8 1 94 15 7
Data Package ID: 1C1909146-1
Date Printed: Friday, October 04, 2019 ALS -- Fort Collins Page 1 of 1
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ALS1909146

Lab Name:
Work Order Number:
Client Name:

ClientProject ID:

Oct. 04, 2019

lon Chromatography
Method EPA300.0 Revision 2.1

Matrix Spike

ALS -- Fort Collins

1909146

CH2M HILL Plateau Remediation Company
Apatite Barrier, September 201 119-029

Rev. 0

Field ID: SHARED QC
LablD: 1909066-3MS

Sample Matrix: WATER
% Moisture: N/A
Date Collected: 04-Sep-19

Date Extracted: 10-Sep-19
Date Analyzed: 11-Sep-19

Prep Batch: 1C190910-1
QCBatchlID: 1C190910-1-1
Run ID: 1IC190910-1A5

Cleanup: NONE
Basis: As Received

Sample Aliquot:

Final Volume:
Result Units: MG/L
File Name: 190910IC3LIMS

5ml
5ml

CASNO Target Analyte Sample | Samp MS MS Reporting Spike MS % Control

Result Qual Result Qual Limit Added Rec. Limits

16984-48-8 FLUORIDE 0.2 U 3.9 0.2 4 97 | 85-115%

16887-00-6 CHLORIDE 0.4 U 9.65 0.4 10 96 | 85-115%

14797-65-0 NITRITE AS N 0.2 U 3.93 0.2 4 98 | 85-115%

14797-55-8 NITRATE AS N 0.4 U 9.52 0.4 10 95 | 85-115%
Data Package ID: 1C1909146-1

Date Printed: Friday, October 04, 2019 ALS -- Fort Collins Page 1 of 1

LIMS Version: 6.912
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ALS1909146 Oct. 04, 2019 Rev. 0
Prep Batch ID: 1C190910-1
Start Date: 09/10/19 End Date: 09/10/19 Concentration Method: NONE Batch Created By: kjs
Start Time: 15:00 End Time: 15:25 Extract Method: NONE Date Created: 09/10/19
Prep Analyst: Keli J. Smith Initial Volume Units: ml Time Created: 15:25
Comments: Final Volume Units: ml Validated By: Iml
Date Validated: 09/16/19
Time Validated: 11:01
QC Batch ID: 1C190910-1-1
QC Date Initial Final Cleanup Cleanup Order
Lab ID Type Field ID Matrix [ Collected [ wipvol | wirvol Method DF Number
IC190910-1 MB XXXXXX WATER XXXXXX 5 5 NONE 1 1909066
IC190910-1 LCS XXXXXX WATER XXXXXX 5 5 NONE 1 1909066
IC190910-1 LCSD  XXXXXX WATER XXXXXX 5 5 NONE 1 1909066
1909066-3 MS XXXXXX WATER XXXXXX 5 5 NONE 1 1909066
1909050-1 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909050
1909065-1 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909065
1909065-2 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909065
1909065-3 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909065
1909065-4 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909065
1909066-1 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909066
1909066-2 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909066
1909066-3 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909066
1909123-1 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909123
1909146-1 SMP B3R639 WATER 9/9/2019 5 5 NONE 1 1909146
1909146-2 SMP B3R5Y4 WATER 9/9/2019 5 5 NONE 1 1909146
1909146-3 SMP B3R5MO WATER 9/9/2019 5 5 NONE 1 1909146
1909146-4 SMP B3R5R2 WATER 9/9/2019 5 5 NONE 1 1909146
1909146-5 SMP B3R624 WATER 9/9/2019 5 5 NONE 1 1909146
1909147-1 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909147
1909147-2 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909147
1909148-1 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909148
1909148-2 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909148
1909172-1 SMP XXXXXX WATER XXXXXX 5 5 NONE 1 1909172
Page 1 of 2 ALS -- Fort Collins

LIMS Version: 6.912

Date Printed: Friday, October 04, 2019
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ALS1909146 Oct. 04, 2019 Rev. 0

Prep Batch ID: 1C190910-1

Start Date: 09/10/19 End Date: 09/10/19 Concentration Method: NONE Batch Created By: kjs
Start Time: 15:00 End Time: 15:25 Extract Method: NONE Date Created: 09/10/19
Prep Analyst: Keli J. Smith Initial Volume Units: ml Time Created: 15:25
Comments: Final Volume Units: ml Validated By: Iml

Date Validated: 09/16/19
Time Validated: 11:01

QOC Types
CAR Carrier reference sample DLS Detection Limit Standard
DUP Laboratory Duplicate LCS Laboratory Control Sample
LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification
LoQv Limit of Quantitation Verification MB Method Blank
MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate
REP Sample replicate RVS Reporting Level Verification Standar
SMP Field Sample SYS Sample Yield Spike
Page 2 of 2 ALS -- Fort Collins Date Printed: Friday, October 04, 2019

LIMS Version: 6.912
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