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Certificate of Analysis

Pacific Northwest National Laboratories
Sigma V Building
Richland, WA 99352

January 17, 2006

Attention: Dot Stewart

SAF Number S06-0 12
Date SDG Closed . December 29, 2005
Number of Samples : Two (2)
Sample Type Water
SDG Number . W04841
Data Deliverable 15-Day / Summary

CASE NARRATIVE
1. Introduction

On December 29, 2005, two water samples were received at STL Richland (STLR) for radiochemical
analysis. Upon receipt, the samples were assigned the following laboratory ID numbers to correspond
with the Pacific Northwest National Laboratories (PGW) specific TDs:

PGW ID# STLR ID# MATRIX DATE OF RECEIPT

B 1H5HO HT1WA WATER 12/29/05

B 1H5H1 HTIWD WATER 12/29/05

Ii. Sample Receipt

The samples were received in good condition and no anomalies were noted during check-in.

Ill. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data
includes sample identification information, analytical results and the appropriate associated
statistical errors.



Pacific Northwest National Laboratories
January 17, 2006

The requested analyses were:

Gas Proportional Counting
Gross Alpha by method RICH-RC-5014
Laser Induced Phosphorimetry
Total Uranium by method RICH-RC-5058

IV. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments" section.

QC and sample results are reported in the same units.

V. Comments

Gas Proportional Counting
Gross Alpha by method RICH-RC-5014:
The LCS, batch blank, samples and sample duplicate (B I115H 1) results are within contractual
requirements.

Total Uranium
Total Uranium by method RICH-RC-5058:
The LCS, batch blank, samples, sample duplicate (B 1 H5HO), and sample matrix spike (B 1 H5H 1) results
are within contractual requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature.

Reviewed and approved:

Hans Carman
Project Manager



Drinking Water Method Cross References
DRINKING WATER ASTM METHOD CROSS REFERENCES

Referenced Method Isotope(s) STL Richland's SOP number
EPA 901.1 Cs-i 34, 1-131 RICH-RC-5017
EPA 900.0 Alpha & Beta RICH-RC-5014
EPA 903.1 Ra-226 RICH-RC-5005
EPA 904.0 Ra-228 RICH-RC-5005
EPA 905.0 S r89/90 RICH-RC-5006
ASTM 02460 Total Radium RICH-RC-5027
Standard Method 7500-U-C & ASTM D5174 Uranium RICH-RC-5058
EPA 906.0 Tritium RICH-RC-5007

NOTE:____ __

The Gross Alpha LCS is prepared with Am-241 (unless otherwise specified in the case narrative)
The Gross Beta LCS is prepared with Sr/Y-90 (unless otherwise specified in the case narrative)

Uncertainty Estimation
STL Richland has adopted the internationally accepted approach to estimating uncertainties

described in "NIST Technical Note 1297, 1994 Edition". The approach, "Law of Propagation of Errors",
involves the identification of all variables in an analytical method which are used to derive a result. These
variables are related to the analytical result (R) by some functional relationship, R = constants * f(x,y,z,....
The components (x,y,z) are evaluated to determine their contribution to the overall method uncertainty.
The individual component uncertainties (ut) are then combined using a statistical model that provides the
most probable overall uncertainty value. All component uncertainties are categorized as type A, evaluated
by statistical methods, or type B, evaluated by other means. Uncertainties not included in the components,
such as sample homogeneity, are combined with the component uncertainty as the square root of the sum-
of-the-squares of the individual uncertainties. The uncertainty associated with the derived result is the
combined uncertainty (u,) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/vn), where S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-random components that are not
included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are
available on request.

STL Richland
rotGenerallnfo v3.72



Repart Definitions
Action Lev An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action

Level. Often the Action Level is related to the Decision Limit.

Batch The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

Bias Defined by the equation (ResultlExpected)-l as defined by ANSI N13.30.

ICOC No Chain of Custody Number assigned by the Client or STL Richland.

Count Error (#s) Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result. For Liquid Scintillation Counting (LSC) the batch blank count is the background.

Total Uncert (#s) All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure

u,- Combined of the uncertainty associated with the result, u, the combined uncertainty. The uncertainty is absolute and in the

Uncertainty, same units as the result.

(#s), Coverage The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.
Factor
CRDL (RL) Contractual Required Detection Limit as defined in the Client's Statement Of Work or STL Richland "default"

nominal detection limit. Often referred to the reporting level (RL)

Lc Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
associated with the sample. The Type I error probability is approximately 5%. Lc=(1.645 *

Sqrt(2*(BkgmdCnt/BkgmdCntMin)/SCntMin)) * (ConvFctl(Eff*Yld*Abn *Vol) * IngrFct). For LSC methods the

batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count
is zero.

Lot-Sample No The number assigned by the LIMS software to track samples received on the same day for a given client. The
sample number is a sequential number assigned to each sample in the Lot.

MDCIMDA Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type I and 11 error probability of approximately 5%. MDC = (4.65 *

Sqrt((BkgrndCnt/BkgmdCntMin)/SCntMin) + 2.71/SCntMin) * (ConvFct/(Eff * Yld * Abn * Vol) * IngrFct). For
LSC methods the batch blank is used as a measure of the background variability.

IPrimary Detector The instrument identifier associated with the analysis of the sample aliquot.

Ratio U-234/U-238 The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 4321C is
1.038.

RstIMDC Ratio of the Result to the MDC. A value greater than 1 may indicate activity above background at a high level of

confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

RstlTotUcert Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than I may

indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Report DB No Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order
Number.

RER The equation Replicate Error Ratio = (S-D)/[sqrt(TPUS2 + TPUd 2 )] as defined by ICPT BOA where S is the original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate sample.

SDG Sample Delivery Group Number assigned by the Client or assigned by STL Richland upon sample receipt.

Sum Rpt Alpha The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where
Spec Rst(s) the results are in the same units.

Work Order The LIMS software assign test specific identifier.

Yield The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239140 method.

STL Richland
rotGenerallnfo v3.72
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mm S LData ReviewNerification Checklist 1/12/2006 10:15:42 AM

ammm RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J5L-300273; 01/13/2006

Client, Site: 384868; PGW 615HANFORD HANFORD

QC Batch No., Method Test: 6004216; RALPHA-A Alpha by GPC-Am

SDG, Matrix: W04841; WATER

8.0 Correction Calculation Protocol Used. Ye No N/A
OK

8.01 The Appropriate Methods Were Used To Analyze the Samples Ye No N/A
OK

8.02 Final Results Are in the Appropriate Activity Units Y 7 No N/A
OK

8.03 Batch Contains the Required QC Appropriate for the Method Ye4 No N/A
OK

8.04 The Correct Tracer and QC Vials Where Used in the Samples Yes N~ N/A
Incorrect TracerNial => HT4DE1AC ASH<>ASD Q:V9 61' 4/

8.05 Sample was Appropriately Traced Before or After Fractionating the Sample Y~~ No N/A
OK

8.06 At Least the Minimum Sample Volume Was Used Yes N9 N/A
Analysis Volume => HTl WD1 AA 185.70<200.00 Q:VB nl-

8.07 The Correct Count Geometry was Used. Ye No N/A
OK

8.08 The Sample was Counted for the Minimum Count Time or CRDL was Achieved. Ye No N/A
OK

8.09 Method Blank is within Control Limits. Ye No N/A
OK

8.1 Comments:

8.11 Matrix Blank is within Control Limits. Yes No
No Matrix Blanks (MBlks) found in Batch!

8.12 Method Blank(s) <QOAS Limit Value (No B Flag Necessary). Ye~ No N/A
OK

8.13 QAS Specified Duplicate Equation Value within Control Limits. Ye No N/A
OK (RPD)

8.14 LCS within Control Limits. Ye No N/A
OK

8.15 MLCS within Control Limits. Yes No
No Matrix Spikes (MLCS) found in Batch!

8.16 MS within Control Limits. Yes No N/.
No Matrix Spike Samples (MS) found in Batch! V

8.17 Tracer within Control Limits. Ye No N/A
OK

8.18 Samples are above Minimum Tracer Yield (No Failed Samples) Yy No N/A
OK

8.19 Sample Specific MDC <= CRDL. Ye No N/A
OK

8.2 Comments:

8.21 Result < Lc, Activity Not Detected, U Flag. Yes No /
No Limit Specified! 4

8.22 Result < Mdc, Activity Not Detected, U Flag. Yes Nq. N/A
Batch Positive Result => 4
HT1 WA1 AA ALPHA 1.3E+01 L:2.6E+OO

HT1 WD1AA ALPHA 1.2E+01 L:1.9E+00
8.23 Result <= Action Level, when Defined. Ye No N/A

OK; No Action Level Found => ALPHA 4
OK; No Callin Level Found => ALPHA

8.24 Result + 3s >=0, Not Too Negative. Ye7 No N/A
OK

B.25 Counting Spectrum are within FWHM Limits. Yes No .V
No FWHM found in Batch Data!

TL Richind 
Pg

ASRAOCALCv4.8.17



8.26 Instruments have Current Calibrations. Yes No N/A

8.27 Correct Count Library Used. Yes NoN/
No Count Library found in Batch Data! 4/

8.28 Instrument Background within Limits at Time of Counting. (Not Applicable to this version. To be developed in later versioft~s No N/A

8.29 Instrument Check Source within Limits at the Time of Counting. (Not Applicable to this version. To be developed in later Aeejo*10 N/A

8.3 Comments:

8.31 Results Blank Subtracted as Appropriate. Ye No N/A
OK 4

First Level Review t/ L~<C~ -.. Date 1
STL Richland Page 2
,AS-RADCALCv4.8. 17



S TL
Data Review Checklist

RADIOCHEMISTRY
Second Level Review

OC Batch Number: 2C9~2/

Review Item Yes( No(7T N/A(

A. Sample Analysis
1. Are the sample yields within acceptance criteria?

2. Is the sample Minimum Detectable Activity <:the Contract

Detection Limit?
3.Aethe correct isotopes reported? N

B. QC Samples
1. Is the Minimum Detectable Activity for the blank result S the

Contract Detection Limit?

2. Do)es the blank result meet the Contract criteria?

3. Is the blank result < the Contract Detection Limit?

4. Is the blank result > the Contract Detection Limit but the sample

result < the Contract Detection Limit?______

5. Is the LCS recovery with contract acceptance criteria? ii~ if
7. Is -the LCS Minimum Detectable Activity S the Contract Detection

Limit? 

to

8. Do the MS/MSD reut nd )yields meet acceptance criteria? _____

9. Do the duplicate sample results and yields meet acceptance

3. Was the correct methodology used?

5K -Were all calculations checke d at a minimum frequency?

6. Were units checked? z z i z ____

Comments on any "No" response:

Second Level Review: L" 6 ~\Date:

T Q Ql~ I?., In( If))



STL Data ReviewNerification Checklist 1/13/2006 11:10:45 AM
RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J51-300273; 01/13/2006

Client, Site: 384868; PGW 615HANFORD HANFORD

QC Batch No., Method Test: 6004215; RUNAT UNat by KPA

SDG, Matrix: W04841; WATER

8.0 Correction Calculation Protocol Used. epNo N/A
OK Y

8.01 The Appropriate Methods Were Used To Analyze the Samples Ye No N/A
OK

8.02 Final Results Are in the Appropriate Activity Units Ye No N/A
OK V1

8.03 Batch Contains the Required QC Appropriate for the Method Yes No N/A
OK

8.04 the Correct Tracer and OC Vials Where Used in the Samples Yes Nq N/A
Incorrect TracerNial => HT4C91 AD UNSC<>UNSF O:V9

8.05 Sample was Appropriately Traced Before or After Fractionating the Sample YeV No N/A
OK

8.06 At Least the Minimum Sample Volume Was Used Yes No
No Count Analysis Size found in Batch Data!

8.07 The Correct Count Geometry was Used. Yes No N/
No Count Geometry found in Batch Data!

8.08 The Sample was Counted for th e Minimu m Count Time or CRDL was Achieved. Yes NoW
No Count Duration Field Found in Batch Data!

8.09 Method Blankis within Control Limits. Ye No N/A
OK

8.1 Comments:

8.11 Matrix Blank is within Control Limits. Yes No
No Matrix Blanks (MBlks) found in Batch!

8.12 Method Blank(s) <QOAS Limit Value (No B Flag Necessary). Yes No N/A
OK

8.3 OAS Specified Duplicate Equation Value within Control Limits. Yep No N/A
OK (RPD) 7

8.14 LCS within Control Limits. Ye No N/A
OK

8.15 MLCS within Control Limits. Yes No
No Matrix Spikes (MLCS) found in Batch!

8.16 MS within Control Limits. Ye No N/A
OK V

81.17 Tracer within Control Limits.' Yes No N
No Tracers found in Batch!

8.8 Samples are above Minimum Tracer Yield (No Failed Samples) Yes No N/~
No Tracers found in Batch! :4

8.19 Sample specific MDC <= CRDL. YeI No N/A
I I O .K 1 . . 1 .

8.2 Comments:

8.21 Resul, t < Lc, Activity Not Detected, U Flag. Ye 1s No
No Limit Specified! 4

8.22 Result < Mdc, Activity Not Detected, U Flag. Yes Nq N/A
Batch Positive Result => 4
HT1WA1AC Uranium 2.4E+01 L:8.2E-02

HT1WD1AC Uranium 2.4E+01 L:9.OE-02
8.23 Result <= Action Level, when Defined. Ye No N/A

OK; No Action Level Found => Uranium

OK; No Callin Level Found => Uranium
8.24 Re6siult + 3s >=0," NotToo Negative . ",Yes- N/A-

Result + 3s < 0 HT4C91AA Uranium -2.7E-02 7-
8.25 Counting Spectrum are within FWHM Limits. Yes No N

No FWHM found in Batch Data! 47
TL Richland Pagel1
ASRADCALCv4.8.17



8.26 Instruments have Current Calibrations. Yes No N/A

8.27 Correct Count Library Used. Yes No
No Count Library found in Batch Data!

8.28 Instrument Background within Limits at Time of Counting. (Not Applicable to this version. To be d2eloped in later versiort~s No N/A

8.29 Instrument Check Source within Limits at the Time of Counting. (Not Applicable to this version. To be dev Ielo Iped in later We ot. N/A

8.3 Comments:

8.31 Results Blank Subtracted as Appropriate. Ye No N/A

OK

First Level Review t______________e ___Date____

TL Richland 
Pg

ASRADCALCv4.8.17



S TL
Data Review Checklist

RADIOCHEMISTRY
Second Level Review

QC Batch Number: 6('~ /

Review Item _e() No( ) NIA(

A. Sample Analysis
1. Arc the sample yields within acceptance criteria?

2. Is the sample Minimum Detectable Activity < the Contract

Detection Limit?
3.Aethe correct isotopesreotd

B. QC Samples
1. Is the Minimum Detectable Activity for the blank result:S the-

Contract Detection Limit?_____

2. Does the blank result meet the Contract criteria?______

3. Is the blank result < the Contract Detection Limit?______

4. Is the blank result > the Contract Detection Limit but the sample

result < the Contract Detection Limit? .

5. Is the LCS recover with contract acce tance criteria? el

7. Is -the LCS Minimum Detectable Activity < the Contract Detection

Limit?
8. Do the MS/MSD reut nd yields meet acceptance criteria?

9-. Do the-duplicate sample results and yields meet acceptance

criteria?
C. Other
1. Are all Nonconformarices included and noted? ___________

2. Are all required forms filed out? _____ ____

3. Was the correct methodology used? 7 '..
4. Was transcription checked? T7 7

53. Were all calculations checked at a minimum frequency?

6. Were uits checked? 
_____

Comments on any "No" response:

Second Level Review: -~ ~(I ) 2 ~Date: r_______
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STL
Sample Check-in List

Date/Time Received:- /2- 2f -r 135

Client:____________ SDG #: t£vc'feg NA [] SAF #: >; 6 -2 _NA]

Work Order Number:.~~~sc:..' Chainof Custody # 5a7-612- 1 ~ojz / ~/

Shipping Container ID: 5& -~ C" Air Bill # ___F5__________

1. Custody Seals on shipping container intact? NA f]Yes No [

2. Custody Seals dated and signed? NA [1Yes No I

3. Chain of Custody record present? Yes f No [
4. Cooler temperature:____ NA 1-f 5.Vermiculite/packing materials is NA []Wet []Dry]

6. Number of samples in shipping container: /

7. Sample holding times exceeded? NA fJ Yes [] No []

8. Samples have:
-__tape ___hazard labels
X_- custody seals A14-appropriate samples labels

9. Samples are:
_in good condition ___leaking

___broken _ _have air bubbles
(Only for samples requiring head space)

10. Sample pH taken? NA []pH<2g .pH>2,y5 adjusted pH [ ]

11. Sample Location, Sample Collector Listed? * Yes 4No f
*For documentation only. No corrective action needed.

12. Were any anomalies identified in sample receipt? Yes []Noj'
13. Description of anomalies (include sample numbers):___________________

Sample Custodian: / cDate:- /2- -

') -d

Client Sample ID Analysis Requested Condition Comments/Action

Client Inform-ed on b___________ Person contacted______________

[]No action necessary; process as is.

Project Manager_______________________ Date___________________

LS-023, 12/05, Rev. 6
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1 /12/2006 10:07:03 AM 1000 Fraction Transfer/Status Report
ByDate: 1/12/2005, 1/17/2006, Batch: '6004216', User: *ALL Order By DateTimeAccepting

o Batch Work Ord OurStatus Accepting Comments

6004216
AC CalcC GiroirB 1/9/2006 7:56:04 AM

SC wagarr IsBatched 1/4/2006 10:53:59 AM ICOORADOALC v4.8.16
SC GiroirB InPrep 1/9/2006 7:56:04 AM RICH-RC-5014 REVISION 6

SC GiroirB PrepilC 1/9/2006 2:16:25 PM RICH-RC-5014 REVISION 6
SC ScottM InPrep2 1/10/2006 6:10:56 AM RICH-RC-5014 REVISION 6
SC ScotM Prep2C 1/10/2006 2:54:22 PM RICH-RC-5014 REVISION 6
SC DAWKINSO In~nti 1/10/2006 3:16:08 PM RICH-RD-0003 REVISION 4

SC DAWKINSO CalcO 1/10/2006 9:59:48 PM RICH-RD-0003 REVISION 4

AC GiroirB 1/9/2006 2:16:25 PM

AC scottM 1/10/2006 6:10:56

AC ScottM 1/10/2006 2:54:22 PM

AC DAWKINSO 1/10/2006 3:16:08 PM

AC DAWKINSO 1/10/2006 9:59:48 PM

AU: Accepting Entry; 57 Stratus unange

STL Richland Grp Rec Cnt:6
Richland Wa. Page 1 ICOOFractions v4.8.17
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1/13/2006 11:10:19 AM 1000 Fraction Transfer/Status Report
ByDate: 1/13/2005, 1/18/2006, Batch: '6004215', User: *ALL Order By DateTimeAccepting

0 Batch Work Ord CurStatus Accepting Comments

6004215
AC CntlC GiroirB 1/9/2006 7:55:58 AM

SC wagarr IsBatched 1/4/2006 10:53:59 AM ICOORADCALC v4.8.16
SC GiroirB InPrep 1/9/2006 7:55:58 AM RICH-RC-5015 REVISION 4
SC giroirb Prep1C 1/9/2006 1:30:50 PM RICH-RC-5015 REVISION 4
SC ScotM InPrep2 1/10/2006 6:09:49 AM RICH-RC-5015 REVISION 4
SC ScottM Prep2C 1/10/2006 12:22:55 PM RICH-RC-5015 REVISION 4
SC BarbosaH- Cntl C 1/12/2006 1:46:37 PM RICH-RC-5058 REVISION 6

A C giroirb 1/9/2006 1:30:50 PM

A C ScottM 1/10/2006 6:09:49

A C ScottM 1/10/2006 12:22:55

A C BarbosaH 1/12/2006 1:46:37 PM

AL-. Accepting Etry, bu: bratuisuLnange
STL Richland Grp Rec Cnt:5
Richland Wa. Page 1 ICOCFractions v4.8.17


