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Test America 
THE LEADER IN ENVIRONMENTAL TESTING 

Certificate of Analysis 

Fluor Hanford, Inc. 
1200 Jadwin Ave. 
Richland, WA 99352 

August 28, 2008 

Attention: Steve Trent 

SAFNumber 
Date SDG Closed 
Number of Samples 
Sample Type 
SDGNumber 
Data Deliverable 

l. Introduction 

F08-146 
August 25, 2008 
One (1) 
Water 
W05491 
45/45 Day 

CASE NARRATIVE 

On August 25, 2008 one sample was received at TestAmerica for radiochemical analysis. Upon receipt, 
the sample was assigned to lot J8H250193 and assigned the following laboratory ID number to 
correspond with the Fluor Hanford (FH) specific ID: 

FHID# 

B1X222 

II. Sample Receipt 

TALRID# 

KVQVQ 

MATRIX 

WATER 

DATE OF RECEIPT 

8/25/08 

The sample was received in good condition and no anomalies were noted during check-in. 

ID. Analytical Results/Methodology 

The analytical results for this report are presented by laboratory sample ID. Each set of data includes 
sample identification information, analytical results and the appropriate associated statistical errors. 

2800 George Washington Way Richland, WA 99354 tel 509.375.3131 fax 509.375.5590 www.testamerirainc.com 

TestAmerica Laboratories, Inc. 2 



Fluor Hanford, Inc. 
August 28, 2008 

The requested analyses were: 

IV. Quality Control 

Chemical Analysis 
Hexavalent Chromium by EPA method 7196A 

The analytical results for each analysis performed includes a minimum of one laboratory control sample 
(LCS), one method (reagent) blank, and one duplicate sample analysis . Any exceptions have been noted 
in the "Comments" section. 

QC and sample results are reported in the same units. 

V. Comments 

Chemical Analysis 
Hexavalent Chromium by EPA method 7196A 
The LCS, batch blank, samples, sample duplicate (B1X222), sample matrix spike (B1X222), and matrix 
spike duplicate results (B1X222) are within contractual requirements. 

1 certify that this Certificate of Analysis is in compliance with the SOW, both technically and for 
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy 
data package has been authorized by the Laboratory Manager, or a designee as verified by the following 
signature. 

Reviewed and approved: 

_I) 

jli -z,ttl l 
·- Sandra Seger 

Project Manager 

TestAmerica Laboratories, Inc. 3 



Drinking Water Method Cro!Js Referenc~s 

DRINKING WAlER ASTM MElHOD CROSS REFERENCES 

Referenced Method lsotope(s) TestAmerica Richland's SOP N 
EPA901 .1 Cs-134, 1-131 RICH-RC-5017 
EPA 900.0 Alpha & Beta RICH-RC-5014 
EPA 00-02 Gross Alpha (Coprecipitation) RICH-RC-5021 
EPA 903.0 Total Alpha Radium (Ra-226) RICH-RC-5027 
EPA 903.1 Ra-226 RICH-RC-5005 
EPA 904.0 Ra-228 RICH-RC-5005 
EPA 905.0 Sr-89/90 RICH-RC-5006 
ASTM D5174 Uranium RICH-RC-5058 
EPA 906.0 Tritium RICH-RC-5007 

Results in this report relate only to the sample(s) analyzed. 

Uncertainty Estimation 
TestAmerica Richland has adopted the internationally accepted approach to estimating 

unce11ainties described in "NIST Technical Note 1297, 1994 Edition". The approach, "Law of Propagation 
of Errors", involves the identification of all variables in an analytical method which are used to derive a 
result. These variables are related to the analytical result (R) by some functional relationship, R = constants 
* f(x,y,z, ... ) . The components (x,y,z) are evaluated to determine their contribution to the overall method 
uncertainty. The individual component uncertainties (ui) are then combined using a statistical model that 
provides the most probable overall uncertainty value. All component uncertainties are categorized as type 
A, evaluated by statistical methods, or type B, evaluated by other means. Uncertainties not included in the 
components, such as sample homogeneity, are combined with the component uncertainty as the square root 
of the sum-of-the-squares of the individual uncertainties. The uncertainty associated with the derived result 
is the combined uncertainty (uc) multiplied by the coverage factor (1 ,2, or 3). 

When three or more sample replicates are used to derive the analytical result, the type A 
uncertainty is the standard deviation of the mean value (S/?n), where Sis the standard deviation of the 
derived results . The type B uncertainties are all other random or non-random components that are not 
included in the standard deviation. 

The derivation of the general "Law of Propagation of Errors" equations and specific example are 
available on request. 

TestAmerica 
rotGenerallnfo v3 .72 
TestAmerica Laboratories, Inc. 4 

o. 



Action Lev 

Batch 

Bias 

COCNo 

Count Error (#s) 

Total Uncert (#s) 
, Uc - Combined 

Unc1irtainty. 

(#s), Coverage 
Factor 
CRDL(RL) 

Le 

Lot-Sample No 

MDCJMDA 

Primary Detector 

Ratio U-234/U-238 

I Rst/MDC 

Rst/TotUcert 

Report DB No 

RER 

SDG 

Sum Rpt Alpha 
Spec Rst(s) 

Work Order 

Yield 

TestAmerica 
rntGenenllnfo v3.72 

Re ort Definitions 
An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action 
Level. Often the Action Level is related to the Decision Limit. 

lbe QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed 
together. 

Defined by the equation (Result/Expected)-1 as defined by ANSI Nl 3.30. 

Chain of Custody Number assigned by the Client or TestAmerica. 

Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same 
units as the result. For Liquid Scintillation Counting (LSC) the batch blank count is the background. 

All known uncertainties associated with the preparation and analys is of the sample are propagated to give a measure 
of the uncertainty associated with the result, uc the combined uncertainty. The uncertainty is absolute and in the 
same units as the result. 

The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations. 

Contractual Required Detection Limit as defined in the Client's Statement Of Work or TestAmerica "default" 
nominal detection limit. Often referred to the reporting level (RL) 

Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume 
associated with the sample. The Type I error probability is approximately 5%. Lc=(l .645 * 
Sqrt(2*(BkgmdCnt/BkgmdCntMin)/SCntMin)) * (Convfct/(Eff*Yld*Abn*Vol) * lngrFct). For LSC methods the 
batch blank is used as a measure of the background variability. Le cannot be calculated when the background count 
is zero. 

The number assigned by the LJMS software to track samples received on the same day for a given client. The 
sample number is a sequential number assigned to each sample in the Lot. 

Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume 
with a Type I and n error probability of approximately 5%. MDC= (4 .65 • 
Sqrt((BkgmdCnt/BkgmdCntMinYSCntMin) + 2.71 /SCntMin) * (Convfct/(Eff • Yid * Abn *Vol) * lngrfct). For 
LSC methods the batch blank is used as a measure of the background variabil ity. 

The instrument identifier associated with the analysis of the sample aliquot. 

The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 4321C is 
1.038. 

Ratio of the Result to the MDC. A value greater than I may indicate activity above background at a high level of 
confidence. Caution should be used when applying th is factor and it should be used in concert with the qualifiers 
a;;sociated with the result. 

Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of2 a value greater than I may 
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence 
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers 
associated with the result. 

Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order 
Number. 

The equation Replicate Error Ratio= (S-D)/[sqrt(TPUs2 + TPUd2
)] as defined by ICPT BOA where Sis the original 

sample result, Dis the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the 
total uncertainty of the duplicate sample. 

Sample Delivery Group Number assigned by the Client or assigned by TestAmerica upon sample receipt. 

The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where 
the results are in the same units. 

The LIMS software assign test specific identifier. 

The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method. 

TestAmerica Laboratories, Inc. 5 



Sample Results Summary 

TestAmerica T ARL 
Ordered by Method, Batch No., Client Sample ID. 

Report No.: 39757 

Client Id 
Batch Work Order Parameter Result+- Uncertainty ( 2s) 

8239313 7196_CR6 

B1X222 
KVQVQ1AA HEXCHROME 
KVQVQ1AE HEXCHROME 

No. of Results: 2 

2.06E-01 

2.0?E-01 

TestAmerica 

rptSTLRchSaSum 
mary2 V5.1. 7 
A2002 

RPD - Relative Percent Difference. 

TestAmerica Laboratories, Inc. 

+- 0.00E+00 

+- 0.00E+00 

6 

Qual Units 

pCi/L 

pCi/L 

Date: 28-Aug-08 

SOG No: W05491 

Tracer MDC or 

Yield MDA CRDL RPO 

N/A 2.00E-03 3.S0E-01 

N/A 2.00E-03 3.50E-01 0.5 



Report No. : 39757 

Batch 
Work Order Parameter 

7196_CR6 
8239313 MATRIX SPIKE, B1X222 

KVQVQ1AC HEXCHROME 
KVQVQ1AD HEXCHROME 

8239313 LCS, 

KVR021AC HEXCHROME 
8239313 BLANK QC, 

KVR021AA HEXCHROME 

No. of Results: 4 

QC Results Summary 

TestAmerica T ARL 
Ordered by Method, Batch No, QC Type,. 

Result +- Uncertainty ( 2s) Qual Units 

2.71E-01 +- 0.00E+00 pCilL 

2.73E-01 +- 0.00E+00 pCi/L 

5.10E-01 +- 0.00E+00 pCilL 

2.00E-03 +- 0.00E+00 u pCi/L 

TestAmerica Bias - (Result/Expected)-1 as denned by ANSI NIJ.30. 

Date: 28-Aug-08 

SDG No.: W05491 

Tracer LCS 
Yield Recovery Bias MDCIMDA 

N/A 103% 0.0 2.00E-03 

NIA 104% 0.0 2.00E-03 

NIA 102% 0.0 2.00E-03 

N/A 2.00E-03 

rptSTLRchQcSum U Qual • Analyzed for but not detected above limiting criteria. Limit criteria is less than the Mdc/Mda or Total Uncert or not identified by 
mary VS. i. 7 A2002 gamma scan software. · 

TestAmerica Laboratories, Inc. 7 
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FORMI 

SAMPLE RESULTS 

- ------ ----

Date: 28-Aug-08 

SlJ Lab Name: TestAmerica SDG: W05491 Collection Date: 8/25/2008 12: 15:00 PM 

~ Lot-Sample No.: J8H250193-1 Report No.: 39757 Received Date: 8/25/2008 2:45:00 PM 
tr' 
g Client Sample ID: B1X222 COC No.: F08-146-143 Matrix: WATER 
SlJ rt ____________________________________________________ o .. rd ... e ... r ... ed ..... b,.Y_C_li_e_n_t s ... a ... m....,P,_le_l_D_._B_a_tc_h,_N_o_._ 
0 
Ii Result Count Total MDC I MDA, Rpt Unit, Yield Rst/MDC, Analysis, Total Sa Aliquot Primary 
I-'· Parameter Qual Error ( 2 s) Uncert( 2 s) Action Lev Le CRDL(RL) RsUTotUcert Prep Date Size Size Detector ~---------------------------------------------------------------------~ Batch: 8239313 

H HEXCHROME 
:::i 
() 

No. of Results: 1 

CX> 

7196_CR6 

2.06E-01 

Comments: 

Work Order: KVQVQ1AA Report DB ID: 9KVQVQ10 

O.OE+OO 2.00E-03 pCi/L N/A (103.) 8/25/08 

3.50E-01 NIA 
. -·- - - ··· -· ·-· - ------

TestAmerica MDC!MDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 

100.0 

ML 

rptSTLRchSample U Qual • Analyzed for but not detected above limiting criteria. Limit criteria is less than the Mdc/Mda or Total Uncert or not identified by gamma scan software. 

V5.1 .7 A2002 



t'"i 
SU 
tr 
0 
11 
SU 

Lab Name: TestAmerica 

Lot-Sample No.: J8H250193-1 

Client Sample ID: B1X222 

---- -- --- - - - ---- - -- ----- -

FORM II 

DUPLICATE RESULTS 

SDG: W05491 

Report No. : 39757 

COC No. : F08-146-143 

Date: 28-Aug-08 

Collection Date: 8/25/2008 12:15:00 PM 

Received Date: 8/25/2008 2:45:00 PM 

Matrix: WATER 

rt-----------------------------------------------------------------0 
11 Result, Count Total MDCIMDA, Rpt Unit, Rst/MDC, Analysis, Total Sa Aliquot Primary 

CRDL RstlTotUcert Size Size Detector 1--'- Parameter Orig Rst Qual 
ro ________________________________________________________________ _ 

!!1 Batch: 8239313 

Err-or ( 2 s) Uncert( 2 s) Action Lev Yield Prep Date 

H 
::i 
() 

HEXCHROME 

7196_CR6 

2.07E-01 

2.06E-01 
------------------ - -- ---

No. of Results: Comments: 

TestAmerica RPO - Relative Percent Difference. 

RPO 

Work Order: KVQVQ1AE Report DB ID: KVQVQ1ER Orig Sa DB ID: 9KVQVO10 

0.0E+00 2 .00E-03 pCi/L N/A (103.5) 8/25/08 

0.5 3.50E-01 N/A 
........ .. - .. . • . --

rptSTLRchDupVS.1 MDqMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume . 

. 7 A2002 

100.0 

ML 



FORM II 

BLANK RESULTS 

Date: 28-Aug-08 

t< 
Pl 
tr 

Lab Name: 

Matrix: 

TestAmerica 

WATER 

SDG: 

Report No.: 

W05491 

39757 g ___________________________________________________________ _ 

Pl 
rt 
0 Parameter Result Qual 

Count 
Error ( 2 s) 

Total 
Uncert( 2 s) 

MDCIMDA Rpt Unit, 
CRDL Yield 

Rsl/l\IDC, Analysis, Total Sa AJiquol Primary 

Rst/TotUcert Prep Date Size Size Detector 11-----------------------------------------------------------------I--'· Batch: 8239313 7196_CR6 
CD 
Ul HEXCHROME 2.00E-03 U 

H 
::l -
() No. of Results: 

1--1 
0 

----------- .. ---·--
Comments: 

Work Order: KVR021AA 

0.0E+00 2.00E-03 

.. ····-···-••··· -

Report DB ID: KVR021AB 

pCi/L N/A 1. 8/25/08 

3.50E-01 N/A 

·- · - ------· . -- ---- --- ·--·- .. 

TestAmerica 

rptSTLRchBlank 
VS.1.7 A2002 

MDCIMDA,Lc - Detection, Decision level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 
U Qual - Analyzed for but not detected above limiting criteria. Limit criteria is less than the Mdc/Mda or Total Uncert or not identified by gamma scan software. 

100.0 

ML 



- ----------- - - ------ --- - ------ --- ---------------------------. 

1-3 
CD 
Ul 
rt 

~ 
CD 
t-l 1--'· () PJ 
Ci PJ 
tr 
0 
t-l 

Lab Name: 

Matrix: 

T estAmerica 

WATER 

FORM 11 

LCS RESULTS 

Date: 28-Aug-08 

SDG: W05491 

Report No. : 39757 

PJ-------------------------------------------------------------------rt o Result Count Total Report 
Yield Expected 

Expected 
Uncert 

Recovery, 
Bias 

Analysis, 
Prep Date 

Aliquot 
Size 

Primary 
Detector t-l Parameter Qua! Error ( 2 s) Uncert( 2 s) MDCjMDA Unit 1--'·---------------------------------------------------------------------~ Batch: 8239313 7196_CR6 Work Order: KVR021AC 

HEXCHROME 5.10E-01 0.0E+OO 
H 
::i () ____ _ 

1--' 
1--' 

No. of Results: 1 

TestAmerica 

rptSTLRchLcs 
V5.1 .7 A2002 

Comments: 

Bias - (Rcsult/Expected}-1 as defined by ANSI NIJ.30. 

2.00E-03 pCi/L 

Report DB ID: KVR021AS 

N/A 5.00E-01 

Rec Limits: 70 130 

102% 

0.0 

8/25/08 100.0 

ML 



f-3 ro 
rn 
rt 

~ ro 11 ..... 
(l 

Pl 

t'-i 
Pl 
t1 
0 

Lab Name: T estAmerica 

Lot-Sample No.: J8H250193-1, B1X222 

FORM II Date: 28-Aug-08 

MATRIX SPIKE RESULTS 

SDG: W05491 

Report No. : 39757 Matrix: WATER 

11--------------------------------------------------------~ Pl 

Parameter 
SpikeResult, 

Orig Rst Qual 
Count 

Error c 2 s) 
Total 

Uncert( 2 s) 
Rpt Unit, 

MDC I MDA CRDL Yield 
Rec
overy 

Expected, 
Uncert 

Analysis, 
Prep Date 

Aliquot 
Size 

Analy Method, 
Primary Detector 

rt 
0 11 ..... -----------------------------------------------------------------
(0 Batch: 8239313 Wor1< Order: KVQVQ1AC Report DB ID: KVQVQ1CW 

fll HEXCHROME 2.71 E-01 

H ::i .. 
n Batch: 8239313 

HEXCHROME 

2.06E-01 

Wor1< Order: KVQVQ1AD 

2.73E-01 

2.71 E-01 

Number of Results: 2 

Comments: 

O.OE+OO 

Report DB ID: 

O.OE+OO 

Orig Sa DB ID: 

2.00E-03 pCi/L N/A 

····--- ·----··· 
KVQVQ1DW Orig Sa DB ID: 

2.00E-03 pCi/L N/A 

TestAmerica 

rptSTLRchMs 
V5.1.7 A2002 

RER - Replicate Error Ratio= (S-D)/[sqrt(sq(TPUs)+sq(TPUd))] as defined by ICPT BOA. 
Bias - (Result/Expected)-1 as defined by ANSI N13.30. 

9KVQVQ10 

103.04% 2.63E-01 8/25/08 

. .. ······--- - .. ·····- ------ ---
KVQVQ1CW 

103.80% 2.63E-01 8/25/08 

···-----·--····-· ···-------

100.0 

ML 

100.0 

ML 

7196_CR6 

7196_CR6 



Test America Richland Laboratory 
Data Review Check List 
Hexavalent Chromium · I ! ••, ,r ~ : !~ f". J·i •:r "<'• ) f,. !.'F !'iT/d .. Tf:Sf !.'iG 

Batch Number(s) : 8239313 
Lab Samole Numbers or !J:J('hSLiC,I .1~H ~SO/ct~ 

Method/fest/Parameter: Cr+6 in Water / RL-WC-003 

Review Item 

A. Initial Calibration 

I. Performed at required frequency with required number of levels? 

, 
Correlation coefficient within QC limits? 

3. Initial calibration verification (ICY) analyzed immediately after calibration and results 
within QC limits '1 

4 . Initial calibration blank (!CB) analyzed immediatel y after ICY and concentrations of 
a ll parameters .:5. reporting lim it? 

B. Continuing Calibration 

I. CCV analyzed at required frequency and all parameters within QC limits? 

.., CCB analyzed at required frequency and all results .:5. reporti ng limit'1 

C. Sample Analysis 

I. Were any sa mples with concentrations above the linear range for any parameter diluted 

I 
and reanalyzed'/ 

.., Were all sample holdin g: times met"1 

!· D. QC Samples 
I 

1. All resu lts for the preparation blank below limits? 

.., MS or MS/MSO recoveries within QC limits and %RPO (for MSD) acceptable? 

}. LCS percent recovery wi thin QC limits and %RPO (for LCSO) acceptable? 

4 . Analytical spikes within QC limits where applicable '> 

5. ICP only: One serial dilution performed per SOG? 

6. ICP on ly: CROL standard (CRI or CRA) analyzed at required frequency'' 

7. ICP on ly: Interference check samples (]CSA, ICSAB ) and HlCAL analyzed at the 
required frequencies and within QC limits? 

Form CG-191, Rev. 4, 2/03 

TestAmerica Laboratories, Inc. 

page 1 of 2 
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Yes No NIA 2°d Level 
(✓) (✓) (✓) Review (✓) 

✓ 

/ 

✓ ., -.. 
✓ 

/ 
✓ _,,,,,.,... 

✓ 

_./ 

✓ / 

✓ 
/ 

✓ / 

✓ 
/ 

✓ 
/' 

✓ / 

✓ / 

✓ / 

✓ _,,,,,.,... 

✓ / 



Review Item 

E. Other 

I. Are all no nconformam:es included and noted? 

') Is the rnrrec t date and ti me of analys is shown'> 

3. Did the analyst si gn and date the fro nt page of the analytical run '1 

4. Correct methodology used? 

5. T ranscripti ons checked '.' 

6. Cal cul ations checked at min imum frequency? 

7. Uni ts checked? 

Com ments on any "No" respo nse: 

' 7 ' .· / I 

Analyst: ___ --"7\,,--<-""'? ::_~ _-. U-t_· _J_·----=""--.>!i==------+-<'---

Form CG-1 91, Rev . 4, 2/03 

TestAmerica Laboratories, Inc. 

page 2 o f 2 
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Yes No NIA 
(✓) (✓) ( ✓) 

✓ 

✓ 

✓ 

✓ 

✓ 

✓ 

✓ 

Date: _ _ ----""8'-=/2=6:.:..:10:::.::8<----

Date: P /,28,/4,"{r 

z!!!! Level 
Review (✓ 1 

/ 

./ 

_,,,,,--
_,,;-

.,,,,,.,--

~ 

/ 



1--3 Fluor Hanford Inc. 

~ COLLECTOR 

; ,~o)i c ,~c N.l';i' 
S SAMPLING LOCAT~ON \ 
(1) 
Ii C6454 1-012 
I-'· '. . 
() ICE CHEST NO. 
Ill 

i; SHIPPEDTO 

tr TestAmerlca Incorporated, Richland 
0 
Ii MATRIX* 
Ill A• Ai, 

POSSIBLE SAMPLE HAZARDS/ REMARKS 

rt DL • Drum 
0 Liquids 
Ii ; DS=Drum 
1-'• i Solids 
(1) : L• Liquld 
t:/l . O•Oil 

Contains Radioactive Material at concentrations 
that may or may not be regulated for 
transportation per 49 CFR / IA TA Dangerous 
Goods Regulations but are not releasable per 
DOE Order 5400.5 (1990/1993) 

~ S=So11 
SE a Sediment 

H T=Tissue 
~() , V=Vegltanon ; 

. W=Water 
0 

• Wl • Wipe 
X=Other SPECIAL HANDLING AND/OR STORAGE 

' Radioactive tie to B1WMW8 

SAMPLE NO. 
I 

I-' 's1x 222 

Ul 
I 
I 

I 
I 

RELINQUISHED BY/REMOVED FROM 

: RELINQUISHED BY/REMOVED FROM 

.... --- . 
RELINQUISHED BY/REMOVED FROM 

LABORATORY 
SECTION 

FINAL SAMPLE 
DISPOSITION 

RECEIVED BY 

DISPOSAL METHOD 

MATRIX* 

DATE/TIME 

DATE/TIME 

DATE/TIME 

i 
CHAIN OF CUSTODY / SAMPLE ANALYSIS REQUEST F08·146-143 

PRICE CODE 

i PAGE 1 OF 1 

COMPANY CONTACT 

TRENT, SJ 

i PROJECT DESIGNATION 

i TELEPHONE NO. 

i 373-5869 

! K-West Characterization • Groundwater 
! FIELD LOGBOOK No:----- -- ACTUAL SAMPLE DEPTH 

/11-)f ~ fl/ -:-.:f ~ S" _ { 0 
OFFSITE PROPERTY NO. 

PRESERVATION 

TYPE OF CONTAINER 

NO. OF CONTAINER(S) 

VOLUME 

SAMPLE ANALYSIS 

,n,/ 

Cool~•C 

····:aG ----- .. 

_l_ 
11 
I 

I 

l ---
1 

·-:s~L -- ----+ 
[ 

I 

oromtum ~ ·: i 
7196; 

SAMPLE DATE SAMPLE TIME 

/).1) 

RECEIVED BY/ STORED IN 

RECEIVED BY/STORED IN 

DATE/TIME 

DATE/TIME 

- - ---· ---...; 
RECEIVED BY /STORED IN DATE/TIME 

I 

PROJECT COORDINATOR 

WIDRJG, DL 
- - · 

SAFNO. 
FOS-146 

COA 

123630ES10 

7N 

1 
AIR QUALITY • 

METHOD OF SHIPMENT 

GOVERNMENT VEHICLE 

BILL OF LADING/AIR BILL NO. 

r -----. 

' 
. (. 

DATA 
TURNAROUND 

45 Days/ 45 
Days 

I -· ·· -- ·-···-7 
l 
i 

_J 

.. -- ~ 

i 
····· ·- - .. , 

i 

i . -- ---------... --·- I 
, _ __j 

I 
I 
I 

1-- -- --

! 

TITLE 

DISPOSED BY 

I 

I 
I 

-- 1 ~~::~~~ 
I ! I 

y t f/J-50 lq3 
/µu 5 ij.q I 

l) u..i-· It,> I O -() g 

. I 

·· ··· -- -- - -·7 

-- ·-· _ _..!. _____ ...; 

-- . -------- ·- ···----------i 
DATE/TIME . 

i 
• ·-I 

DATE/TIME 

A·6003-6 I 8(01/06) 

- - - - - - - - - - - - - - - - ----



.TestAmeric 
Sample Check-in List 

Dale/Tim e R eceived: _{~; J~½_J_-~'5.f--/i_o_f ___ l_'-f_cf-_5 _ _ _ GM Screen R esult ---------
,() / 

Client : -~£_L_J_/ ____ _ SDG #: [l)()5J.l9 ! NA I l SAF #: /?{.Xi-/./(., 

Chainof Custotly# F CJj' -/ </(~ -J'-(3 
NAI 

Work Order N umber: _J_-_8'_1_7_J_.'_5_{.._; I_C/-_._:J _ _ _ 

Shippin g Co ntainer ID : __________ _ Air Bill # _____ ___ _ ____ _ 

C' u, tody Scc1l s on shipping container intact' 1 NA [ ] Yes 0 No [ 

C u,tody Se.1l s dated and s ig ned ') N/\I Y~s[/] No l 

Cha111 n ( ( ·uswdy rernrc.l p1es<:nt '? NA t Yes/] t\,, [ 

-'l . Cuokr Tcir:pcr.ittm: : ____ --· ____ _ !\!A 1/f 5. Verm1,:u!11 t· ·packlllg mate ri al;; 1, Ni\,f'J Wc:t i j Drv; J 

(i . t\'umbcr of samples in sh ipping con tainer: _!_ _ _ 

'! 

S,,rnplc hu lding times exceeded'' 

Sa:np les hav e: 
.. __ __ ______ Ta pt: 

,: ·u, tody Seals 

S:11nples are_:: 
________ / _ n Cooci Cund ition 

3ruke11 

lO. Sa1nplc pH ta ken'1 NA l ] pH<2 [ ) pH>2 vi 
I I. 'iarnpk Lm:ation, Sample Col lector Listed'! * 

" For doc1m1ent.1 1i on on ly No corrective:: ac tion needed 

\\ 'ere any an0111J lics id entified 111 sampl e receipt') 

Dc.,c:-1pt i(1 11 ,,i' .~numa l ics ( inc ludt' .,amplt' 11u111bcrs I 

NA I A Yes l ) No [ J 

Hazard Lab les 
_7·--.. Appropriate S,1111plc Lab les 

L.:akrng 
Have Air l3 ubbks 

(Only fo r sampks requ iring 110 head sp:,ce ) 

pH>9 [ l Amount HN0 3 Add ed )1,,c-7L-l..-' 

Sampl l' Custodian : _ __ J,....,_L__ _ _LkJ...L_'--- ' {A_'!,_,.., ____________ _ 
~ - ;;; 

f Y, ) ( -C>,J 
Oate : U U ,7 _> 

: ____ Qi.c;n~ nple JI) 

r ----- --------- --
-=A=n=a""l\""'•s=is=· =R=.c="llL=1e=.~=·Le=·t=-! +-----'c=·\ ... 11=1d=i=1i=o=-n--+--- Commcnt.v ;\ ctiu11 

r~- ---•· __ :.·-=-~1 _ 
by 

!.S- 0 .::' , l{n· ' , l i08 

TestAmerica Laboratories, Inc. 

----- --- .. --· , __ ----- ------,i------- - ·- -----; 

D ate 
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- ---- - . - ----· -

t-= ···- - ·· ·· ·····-···- . ··-···-· 
ro 8/26/2008 11 :09:37 AM Sample Preparation/Analysis Balance Id: 
Ul 

, Waste ~ 108302, Fluor Hanford Inc 88 NO SAMPLE PREPARATION PERFORMED / DIRECT INJECTION Pipet # : S Management Federal Servi EA Chromium, Hexavalent (7196A) ·-

~ AnalyDueDate: 10/03/2008 01 ST AN DARO TEST SET Sep1 OT/Tm Tech: 
1--' WATER ug/L PM, Quote: SS , 29754 0 Batch: 8239313 Sep2 OT/Tm Tech: 
Ill SEQ Batch, Test: None All Tests: 8239313 88EA, 

t" I 1111111111111111111111111111111 111111111111 Prep Tech: 

~ Work Order, Lot, 

II 
Total 

II 
Initial Aliquot 

II 
QC Tracer 

I 
Count 

II 
Detector 

I 
Count On I Off 

II 
CR Analyst, 

II 
Comments: 

0 Sample DateTime Amt/Unit Amt/Unit Prep Date Time Min Id (24hr) Circle I nit/Date 
I"! 

~ 1 KVQVQ-1-AA 
0 
~ J8H250193-1-SAMP 

ro ----1111111111111111111111111111111111-------1111111111111111111111111111111111------------------------------------------------------------------------------------------ ------------------------------------------------------------------------
';!1 08/25/2008 12: 15 AmtRec: 500G #Containers: 1 Ser: Alpha: Beta: 

t- 2 KVQVQ-1-AC-S 
:::I 
() J8H250193-1-MS 

----1111111111111111111111111111111111-------1111111111111111111111111111111111-----------------------------------------·-- -----------------------·- ·- ----------------- -----------··--··-·----------·--·-----·-··- -- --'--------------------------
08/25/2008 12:15 AmtRec: 500G #Containers: 1 Ser: Alpha: Beta: 

3 KVQVQ-1-AD-D 

J8H250193-1-MSD 

--·-1111111111111111111111111111111111-------1111111111111111111111111111111111----------------------------------------------···- ---------------------·---- ---- ···-·-------------------------·--·-------------·····----------···----------····--· 
t- 08/25/2008 12: 15 AmtRec: SOOG #Containers: 1 Ser: Alpha: Beta: 

-- 4 KVQVQ-1-AE-X 

J8H250193-1-DUP 
···-1111111111111111111111111 ll I Ill Ill--· ··-·II I I I I I II I I II Ill I II I II I Ill I II I IIIIIII I I I II I llt--·-·------- --------- ------ ---- -----------·---- -----------------········---··----- ------------··········---------· · · ··--------------- ------------------ · · ---------

08/25/2008 12: 15 AmtRec: SOOG #Containers: 1 Ser: Alpha: Beta: 

5 KVR02-1-AA-B 

J8H260000·313·BLK 

····1111111111111111111111111111111 111-·····-1111111 11111111111111111111111 1111111111111111111111111111111---------------------------------------------·-··----·····--·------·----------------·---··-·····-------------------·····-----------------------------------···-·--
08/25/2008 12: 15 AmtRec: #Containers: 1 Ser: Alpha: Beta: 

6 KVR02· 1-AC-C 

J8H260000-313-LCS 

-----111 II IIII I IIIII II II IIII I I I Ill I I III-------III II II I Ill Ill II 111111111111111111111111111 111111 Ill II Ill Ill········--·-·---------------------·-··------------------------·--··---··------------·--·--------------------------····-···--------·-----------·--········---------
08/25/2008 12:15 AmtRec: #Containers: 1 Ser: Alpha: Beta: 

TcstAmcrica Key: In - Initial Amt, Ii - Final Amt, di - Diluted Amt, s1 - Sep1 , s2 · Sep2 Page 1 ISV . Insufficient Volume for Analysis WO Cnt: 6 

Richland Wa . pd - Prep Dt , r · Reference Dt , ec-Enrichment Cell , ct-Cocktai led Added ICOC v4.8.34 



. ..... ... ·- ··-·- ··- -··-··-····-·······-·-·-·······-···-·-···-···---,-----,--,,,--------::----::---:----------------------------------, 
Sample Preparation/Analysis Balance Id: 

88 NO SAMPLE PREPARATION PERFORMED/ DIRECT INJECTION 
EA Chromium, Hexavalent (7196A) 

Pipet # : ... . . _ ·· ··-- --- ·- _____ _ 
:3 

01 STANDARD TEST SET ~ AnalyDueDate: 10/03/2008 
~bs==-a--:-t--,ch:-:--,8=-=2:--::3-=-g-=-3..,..,13=----------u-g/.:-L--------------------------

lll SEQ Batch, Test: None 

Sep1 DT/Tm Tech: 

Sep2 DT/Tm Tech: 

Prep Tech: 

Comments: Work Order, Lot, II Total Initial Aliquot II QC Tracer Count Detector Count On I Off II CR Analyst , 
0 Sample DateTime Amt/Unit Amt/Unit Prep Date Time Min Id (24hr) Circle lnit/Date 111-----"------'-------'-------------------.---4 Ill 
rt Comments: 
0 11 
I-' 
(1) 
tll 

H 
~ 

o-...-=-_,_--,-__._,ao---=,......,.-a------------------------------------------------------------------• 11 Clients for Batch: 
108302, Fluor Hanford Inc Waste Management Federal Servi, SS, 29754 

QVQlAA-SAMP constituent List: 
HEXCHROME RDL: ug/L LCL:85 UCL : 115 RPD:20 
QVQlAC-MS Constituent List: 

QVQlAD-MSD: 

021AA-BLK: 

021AC-LCS: 

QVQlAA-SAMP Cale Info: 
Uncert Level (#s).: 2 Decay to SaDt: y Blk Subt.: N Sci.Not. : y ODRs: B 

QVQlAC-MS Cale Info : 
Uncert Level (#s).: 2 Decay to SaDt: y Blk Subt.: N Sci.Not.: y ODRs : B 

QVQlAD-MSD: 
Uncert Level (#s).: 2 Decay to SaDt: y Blk Subt.: N Sci.Not.: y ODRs: B 

021AA-BLK: 
Uncert Level (#s). : 2 Decay to SaDt: y Blk Subt.: N sci .Not .: y ODRs: B 

021AC-LCS : 
Uncert Level (#s).: 2 Decay to SaDt: y Blk Subt.: N Sci .Not.: y ODRs: B 

Approved By -

TestAmerica 

Richland Wa. 

Key. In - Initial Amt, Ii - Final Amt , di - Diluted Amt, s1 - Sep1. s2 - Sep2 

pd · Prep Dt. r - Reference Dt. ec-Enrichment Cell . ct-Cocktailed Added 

Page 2 

----··-· ··----· -

ISV - Insufficient Volume for Analysis 

Date: ----· -- -·- - -

WO Cnt: 6 
ICOC v4.8.34 

.. 




