
RECEIVED AUGUST 26, 2008 

To: 

From: 

cc: 

Fluor Hanford 
WSCF Analytical Lab 
P.O. Box 1000 
Richland, WA 99352 
Telephone 373-7495 
Telefax 372-0456 

Memorandum 

H. Hampt 

S. L. Fitzgerald, Manager 
WSCF Analytical Lab 

w/ Attachments 
T. F. Dale 
D. Felmy (PNNL) 
A. J. Kopriva 
H. K. Meznarich 

E6-35 

~ 
S3-30 
K6-75 
S3-30 
S3-30 

FLUOR 

M4W41-SLF-08-899 

Date: August 26, 2008 

P. D. Mix S3-30 
J.E. Trechter S3-30 
S. J. Trent E6-35 
File/LB 

Subject: FINAL RESULTS FOR SAMPLE DELIVERY GROUP WSCF20081393 -

79 

Reference: 1) Letter of Instruction for Analytical Services for the Groundwater Performance Assessment 
Project and Analytical Laboratory Transition Plan, FH-0602422, September 19, 2006 

2) HNF-SD-CD-QAPP-017, Rev. 9, Waste Sampling & Characterization Facility Quality 
Assurance Plan 
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• Sample Receipt Information (Attachment 4) 

SLF/grf 

Attachments 4 

1 of 55 



M4W41-SLF-08-899 

ATTACHMENT 1 

COVERSHEET 

Consisting of 2 pages 
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SAF# 

A0S-007 

108-049 

W0S-007 

Repon Dat e: 25-aug-2008 

Group#: WSCF20081393 

Repon WGPPS/5.3 

WSCF SAF NUMBER CROSS REFERENCE 

Group#: WSCF20081393 
Data Deliverable Date: 07-aug-2008 
Data Deliverable: Cover Sheet 

Sample ID WSCF# Matrix 

B1WlF2 W08P003404 WATER 
B1WlF3 W08P003405 WATER 

B1W387 W08P003406 WATER 
B1W388 W08P003407 WATER 
B1W389 W08P003408 WATER 
B1W390 W08P003409 WATER 

B1W2H7 W08P003402 WATER 
B1W2H8 W08P003403 WATER 
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M4W41-SLF-08-899 

ATTACHMENT 2 

NARRATIVE 

Consisting of 4 pages 
Including cover page 
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Introduction 

Attachment 2 
Narrative 

WSCF20081393 

Eight groundwater samples were received at the WSCF Laboratory on July 9, 2008. Samples 
were analyzed for the analytes indicated on the attached copy of the chain of custody (COC) form 
in accordance with the Groundwater Remediation Program - Letter of Instruction, referenced in 
the cover letter. 

The narrative (Attachment 2) will address sample characteristics, analyses requested and general 
information in performance of the analytical methods. A Data Summary Report (Attachment 3) 
includes analytical results, a comment report detailing method abnormalities, tentatively 
identified peaks if applicable, method references, and Laboratory QC information as applicable. 
Copies of the chain of custody and sample receipt documentation are included as Attachment 4. 

It should be noted that the attached chain of custody was stamped "ICED" by the WSCF 
Laboratory Sample Custodian during sample receiving, indicating the presence of ice in the 
sample container. 

Analytical Methodology for Requested Analyses 

Refer to WSCF Method References Report, pages 13 through 15, for a complete listing of 
approved analytical methods. 

Inorganic Comments 

Anions - Hold time requirements for this analysis were met. A Duplicate, Matrix Spike, Matrix 
Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group 
per GRP Letter oflnstruction. See pages 26 through 27 for QC details. Analytical Note(s): 

• Sample results were D flagged if dilution(s) were required. 

• Sample results that were less than the reportable limit, however greater than the method 
detection limit were B flagged. 

• Duplicate, Matrix Spike and Matrix Spike Duplicate were analyzed on sample# Bl W385 
(SDG# 20081385). Duplicate Relative Percent Difference (RPD) for Nitrite-N exceeded 
established laboratory limits. No flags issued. 

All other QC controls are within the established limits. 

ICP-AES Metals -The hold time requirements for this analysis were met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery 
group per the GRP Letter of Instruction. See pages 28 through 31 for QC details. Analytical 
Note(s): 

• Matrix Spike and Matrix Spike Duplicate were analyzed on sample# B 1 W2M2 (SDG# 
20081385). 
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Attachment 2 
Narrative 

WSCF20081393 

• Silver contamination detected in the Blank was evaluated and there was no affect on 
sample results. 

• Calcium, Magnesium and Sodium concentrations exceeded spiking levels by a factor of 
4. Spike recoveries are not valid. Check standard was analyzed to ensure linearity 
because the sample results were greater than the calibration standard. 

All other QC controls are within the established limits. 

ICP-MS Metals - The hold time requirements for this analysis were met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery 
group per the GRP Letter of Instruction. See page 32 for QC details. Analytical Note(s): 

• Matrix Spikes and Matrix Spike Duplicates were analyzed on samples B1W383 and 
B1W385 (SDG# 20081385. 

All QC controls are within the established limits. 

Total Alkalinity- The hold time requirement for this analysis was met. A Duplicate and 
Laboratory Control Sample were analyzed with this delivery group per GRP Letter of 
Instruction. See page 33 for QC details. Analytical Note(s) : 

• Duplicates were analyzed on samples BlW347 (SDG# 20081373) and BIVMH3 (SDG# 
20081423). 

All QC controls are within the established limits. 

Organic Comments 

VOA - The hold time requirement for this analysis was met. A Matrix Spike, Matrix Spike 
Duplicate, Blank and Laboratory Control Sample, were analyzed with this delivery group per the 
GRP Letter of Instruction. See pages 39 through 41 for QC details. Analytical Note(s) : 

• Matrix Spike and Matrix Spike Duplicate was analyzed on sample# B1V9X7 (SDG# 
20081363). 

All QC controls are within the established limits. 

Radiochemistry Comments 

Rad Chem - There are no hold times associated with WSCF's radiochemical methods. A 
Duplicate, Matrix Spike, Blank and Laboratory Control Sample were analyzed with this delivery 
group. See pages 46 through 47 for QC details. Analytical Note(s) : 

• Technetium-99 - Duplicate and Matrix Spike were analyzed on sample# B 1 VJF3 (SDG# 
20081375). 
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Attachment 2 
Narrative 

WSCF2008 l 393 

• Tritium - Duplicate and Matrix Spike were analyzed on sample# B 1 VLD9 (SDG# 
20081335). 

All other QC controls are within the established limits. 

I certify that this data package is in compliance with the LOI, both technically and for 
completeness, for other than the conditions detailed above. Release of the data contained in this 
hard copy data package has been authorized by the Laboratory Analytical Manager and Client 
Services as verifie by the following signatures. 

3 

0 ~ . &ad/Aj;.~ 
Pauline D. Mix 
WSCF Client Services 
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AIT ACHMENT 3 

ANALYTICAL RESULTS 

Consisting of 40 pages 
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WSCF 
ANALYTICAL RESULTS REPORT 

for 

GPAP 
Richland, WA 99352 

Attention: Steve Trent E6-35 

All results are reported on an "as received" basis unless otherwise noted in the comment section. 

This information is intended for the use of the addressee only. If the reader of this report is not the intended recipient 

or is not authorized by the recipient to receive the report, you are hereby notified that any dissemination, distribution or copying of this report 

is strictly prohibited. If you have received this report in error, please notify WSCF Laboratory immediately by telephone at (5091 373-7020 or (5091 531-8004. 

Information designation of this report is the responsibility of the customer . 

Report#: WSCF20081393 
Report Date: 25-aug-2008 
Report WGPP/ver. 5.2 
GPAP 

(0 

0 .... 
c.n c.n 

Page 1 



w13qlog v4.2 25-aug-2008 07:22:16 

Department: Inorganic 

W13q Worklist/Batch/QC Report for Group# WSCF20081393 

WL# S# Batch QC# Tray Type Sample# Test 
37056 2 37475 41837 BLANK Anions by Ion Chromatography 
37056 11 37475 41837 BLANK Anions by Ion Chromatography 
37056 3 37475 41837 LCS Anions by Ion Chromatography 
37056 5 37475 41837 DUP W08P003400 Anions by Ion Chromatography 
37056 6 37475 41837 MS W08P003400 Anions by Ion Chromatography 
37056 7 37475 41837 MSD W08P003400 Anions by Ion Chromatography 
37056 7 37475 41837 SPK-RPD W08P003400 Anions by Ion Chromatography 
37056 9 37475 41837 SAMPLE W08P003407 Anions by Ion Chromatography 
37056 10 37475 41837 SAMPLE W08P003409 Anions by Ion Chromatography 

37135 1 37562 41899 LCS Total Alkalinity as mg/L CaCO3 
37135 13 37562 41899 LCS Total Alkalinity as mg/L CaCO3 
37135 24 37562 41899 LCS Total Alkalinity as mg/L CaCO3 
37135 36 37562 41899 LCS Total Alkalinity as mg/L CaCO3 
37135 44 37562 41899 LCS Total Alkalinity as mg/L CaCO3 
37135 4 37562 41899 DUP W08P003351 Total Alkalinity as mg/L CaCO3 
37135 11 37562 41899 SAMPLE W08P003402 Total Alkalinity as mg/L CaCO3 
37135 12 37562 41899 SAMPLE W08P003403 Total Alkalinity as mg/L CaCO3 
37135 26 37562 41899 DUP W08P003485 Total Alkalinity as mg/L CaCO3 

37374 1 37799 42120 BLANK ICP-200.8 MS All possible meta 
37374 2 37799 42120 LCS ICP-200.8 MS All possible meta 
37374 4 37799 42120 MS W08P003398 ICP-200 . 8 MS All possible meta 
37374 5 37799 42120 MSD W08P003398 ICP-200.8 MS All possible meta 
37374 5 37799 42120 SPK-RPD W08P003398 ICP-200.8 MS All possible meta 
37374 7 37799 42120 MS W08P003400 ICP-200.8 MS All possible meta 
37374 8 37799 42120 MSD W08P003400 ICP-200.8 MS All possible meta 
37374 8 37799 42120 SPK-RPD W08P003400 ICP-200.8 MS All possible meta 
37374 38 37799 42120 SAMPLE W08P003404 ICP-200.8 MS All possible meta 
37374 39 37799 42120 SAMPLE W08P003405 ICP-200.8 MS All possible meta 

37679 1 37946 42524 BLANK ICP Metals Analysis, Grd H20 p 
37679 2 37946 42524 LCS ICP Metals Analysis, Grd H20 p 
37679 4 37946 42524 MS W08P003391 ICP Metals Analysis, Grd H20 p 
37679 5 37946 42524 MSD W08P003391 ICP Metals Analysis, Grd H20 p 
37679 5 37946 42524 SPK-RPD W08P003391 ICP Metals Analysis, Grd H20 p 
37679 11 37946 42524 SAMPLE W08P003406 ICP Metals Analysis, Grd H20 p 
37679 12 37946 42524 SAMPLE W08P003407 ICP Metals Analysis, Grd H20 p 
37679 13 37946 42524 SAMPLE W08P003408 ICP Metals Analysis, Grd H20 p 
37679 14 37946 42524 SAMPLE W08P003409 ICP Metals Analysis, Grd H20 p 
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wl3qlog v4.2 25-aug-2008 07:22:16 

WL# S# 

Department: Organic 

Wl3q Worklist/Batch/QC Report for Group# WSCF20081393 

Batch QC# 

42208 
42208 
42208 
42208 
42208 
42208 
42208 
42208 
42208 

Tray Type 

BLANK 
LCS 
MS 
MSD 
SPK-RPD 
SAMPLE 
SURR 
SAMPLE 
SURR 

Sample# 

W08P003344 
W08P003344 
W08P003344 
W0BP003407 
W08P003407 
W0BP003409 
W08P003409 

Test 

VOA Ground Water Protection 
VOA Ground Water Protection 
VOA Ground Water Protection 
VOA Ground Water Protection 
VOA Ground Water Protection 
VOA Ground Water Protection 
VOA Ground Water Protection 
VOA Ground Water Protection 
VOA Ground Water Protection 
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wl3qlog v4.2 25-aug-2008 07:22:16 

Department: Radiochemistry 

W13q Worklist/Batch/QC Report for Group# WSCF20081393 

WL# S# Batch QC# Tray Type Sample# Test 
37171 1 37603 42106 BLANK TC99 by Liquid Sein. 
37171 4 37603 42106 LCS TC99 by Liquid Sein. 
37171 3 37603 42106 DUP W08P003355 TC99 by Liquid Sein. 
37171 2 37603 42106 MS W08P003355 TC99 by Liquid Sein. 
37171 8 37603 42106 SAMPLE W08P003407 TC99 by Liquid Sein. 
37171 9 37603 42106 SAMPLE W08P003409 TC99 by Liquid Sein . 

37164 1 37590 42108 BLANK Tritium by Liq Set column prep 
37164 4 37590 42108 LCS Tritium by Liq Set column prep 
3 7164 3 37590 42108 DUP W08P003305 Tritium by Liq Set column prep 
3 7164 2 37590 42108 MS W08P003305 Tri tium by Liq Set column prep 
3 7164 9 37590 42108 SAMPLE W08P003404 Tritium by Liq Set column prep 
3 7164 10 37590 42108 SAMPLE W08P003405 Tritium by Liq Set column prep 
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WSCF 
METHOD REFERENCES REPORT Department: Inorganic 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also , a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-505-411 LA-505-411 : ELEMENTAL ANALYSIS BY INDUCTIVELY COUPLED PLASMA ATOMIC EMISSION SPE 
REIS 6010 METALS ICP - - Inductively Coupled Plasma-Atomic Emmision Spectrometry 

LA-505-412 LA-505-412: DETERMINATION OF TRACE ELEMENTS IN WATERS AND WASTES BY INDUCTIVELY 
EPA-600/R-94-111 200.8 DETERMINATION OF TRACE ELEMENTS IN WATERS AND WASTES BY INDUCTIVELY COUPLED PLAS 
HEIS 200.S_METALS_ICPMS Inductively Coupled Plasma - Mass Spectrometry 
HEIS RADISOTOPES _ ICPMS Radioisotopes by ICP/MS 

LA-531-411 LA-531-411: ALKALINITY (TITRIMETRIC) 
HEIS 2320B Alkalinity 
Standard Methods 2320B Alkalinity 

LA-533-410 LA-533-410: ANION ANALYSIS BY ION CHROMATOGRAPHY 
EPA-600/R-94-111 300.0 DETERMINATION OF INORGANIC ANIONS BY ION CHROMATOGRAPHY 
HEIS 300.0 _ANIONS_ IC Determination of Inorganic Anions by Ion Chromatography 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl .gov/phmc/as-do1 . 

...Iii.Report Date: 25-aug-2OO8 

e,.Jleport#: WSCF2OO81393 

0Aeport WGPPM/5.2 ..., 
UI 
UI 
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WSCF 
METHOD REFERENCES REPORT Department: Organic 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-523-455 LA-523-455: VOLATILE SAMPLE ANALYSIS BY SW-846 
EPA SW-846 8000B DETERMINATIVE CHROMATOGRAPHIC SEPARATIONS 
EPA SW-846 8260B VOLATILE ORGANIC COMPOUNDS BY GAS CHROMATOGRAPHY/MASS SPECTROMETRY (GC/MS) 
IIEIS 8260 _VOA_ GCMS Volatile Organic Compounds by Gas Chromatography /Mass Spectrometry (GC/MS) 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl .gov/phmc/as-dol. 

-Report Date: 25-aug-2008 

~eportl: WSCF20081393 

0Report WGPPM/5.2 
~ 

u, 
u, 

Page 



WSCF 
METHOD REFERENCES REPORT Department: Radiochemistry 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-508-421 LA-508-421: OPERATION OF THE TRI-CARB MODEL 2500TR LIQUID SCINTILLATION ANALYZER 
HEIS ALPHA LSC A/B Liquid Scintilillation 
HEIS BET A LSC A/B Liquid Scintilallation 
HEIS TC99 _ 3MDSK _ LSC TC99 by Liquid Scintillation 
HEIS TRITIUM EIE LSC Tritium Liquid Scintillation 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http: //www2. rl . gov /phmc/ as-dol. 

,.leport Date: 25-aug-2008 

(111eport#: WSCF20081393 

OReport WGPPM/5.2 .... 
CJ1 
CJ1 

Page 2 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:W08-007 
Sample # W08P003402 
Client ID: BlW2H7 GPP-PNNL TRENT Matrix: 

WSCF 
Test Performed CAS # Method RQ Result Unit TP Err 
Total Alkalinity as mg/L CaC03 
Total Alkalinity as mg/L CaC03 ALKALINITY LA-531 -411 130 mg/l 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

TP Err=Total Propagated Error 
_})F=Dilution Factor 

D - Analyte was identified at a secondary dilution factor(inorg) 

U • Analyzed for but not detected above limiting criteria. 

a, · Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

()Repon WGPP/ver. 5.2 

~PAP 
C1I 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 1.0 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U . Analyzed for but not detected above limiting criteria.(org) 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 

07/16/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:W0S-007 
Sample # W08P003403 
Client ID: BlW2H8 GPP-PNNL TRENT Matrix: 

WSCF 
Test Performed CAS # Method RQ Result Unit TP Err 
Total Alkalinity as mg/L CaC03 
Total Alkalinity as mg/L CaC03 ALKALINITY LA-531-411 U < 1.00 mg/L 

MDL;::: Minimum Detection Limit 
RQ;:::Rcsult Qualifier 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

TP Err=Total Propagated Error 
_DF=Dilution Factor 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria. 

-...r -Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

oReport WGPP!ver. 5.2 
'Z:PPAP 
u, 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 1.0 

D - Analyte was Identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 

07/16/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:A08-007 
Sample # W08P003404 
Client ID: B1W1F2 GPP-PNNL 

WSCF 
Test Performed CAS # Method 
ICP-200.8 MS All possible meta Prep 
ICP-200.8 MS All possible meta 
Uranium 7440-61-1 LA-505-412 

TRENT Matrix: 

RQ Result Unit TP Err 

0 .886 ug/L 

MDL=Minimum Detection Limit B - The analyte < the AOL but > = the IDL/MDL linorg) 

RQ = Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error u - Analyzed for but not detected above limiting criteria. 

_J>F=Dilution Factor 
C,, • Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

oRepon WGPP!ver. 5.2 
-;;pPAP 
c.n 

WATER 

Unit DF 

1.00 

MDL 

0 .0500 

Group#: 
Department: 
Sampled: 
Received: 

PQL 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorgl 

U - Analyzed for but not detected above limiting criteria .(orgl 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 
07/29/08 

07/30/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:A08-007 
Sample # W08P003405 
Client ID: B1WlF3 GPP-PNNL TRENT Matrix: 

WSCF 
Test Perfonned CAS # Method RQ Result Unit TP Err 
ICP-200.8 MS All possible meta Prep 
ICP-200.8 MS All possible meta 
Uranium 7440-61 -1 LA-505-4 1 2 U < 0 .0500 ug/L 

MDL=Minimum Detection Limit B - The analyte < the RDL but> = the IDL/MDL (inorg) 

RQ=Re.ult Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria . 

...... DF=Dilution Factor 
U> - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

OReport WGPP/ver_ 5.2 
z;;aPAP 
CJ'I 

WATER 

Unit DF 

1.00 

Group#: 
Department: 
Sampled: 
Received: 

MDL PQL 

0.0500 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 
07/29/08 

07/30/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-049 
Sample# W08P003406 
Client ID: B1W387 GPP-PNNL TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 LA-505-411 u < 25 .0 ug/L 

Magnesium 7439-95-4 LA-505-411 1.42e +04 ug/L 

Manganese 7439-96-5 LA-505-411 u < 4.00 ug/L 

Nickel 7440-02-0 LA-505-411 8.10 ug/L 

Potassium 7440-09-7 LA-505-411 5.06e+03 ug/L 

Silver 7440-22-4 LA-505-411 u < 5.00 ug/L 

Sodium 7440-23-5 LA-505-411 1.35e +04 ug /L 

Ant imony 7440-36-0 LA-505-411 u < 56.0 ug/L 

Barium 7440-39-3 LA-505-411 74.1 ug/L 

Cadmium 7440-43-9 LA-505-411 u < 4.00 ug/L 

Chromium 7440-47-3 LA-505-411 u < 13.0 ug/L 

Cobalt 7440-48-4 LA-505-411 u < 4.00 ug/L 

Copper 7440-50-8 LA-505-411 u < 6.00 ug/L 

Vanadium 7440-62-2 LA-505-411 32.6 ug/L 

Zinc 7440-66-6 LA-505-411 u < 9 .00 ug/L 

Calcium 7440-70-2 LA-505-411 4.50e +04 ug/L 

Strontium 7440-24-6 LA-505-411 278 ug /L 

Beryllium 7440-41-7 LA-505-411 u < 4.00 ug/L 

MDL=Minimum Detection Limit 8 - The analyte < the RDL but>= the IDL/MDL (inorgl 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria . 

,J)F = Dilution Factor 
Cl - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

oRepon WGPP/ver. 5.2 
;;},PAP 
U'I 

TP Err 

Group #: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 25 

1.00 50 

1.00 4.0 

1.00 4.0 

1.00 1.7e+02 

1.00 5.0 

1.00 51 

1.00 56 

1.00 4.0 

1.00 4.0 

1.00 13 

1.00 4.0 

1.00 6 .0 

1.00 12 

1.00 9.0 

1.00 73 

1.00 4.0 

1.00 4.0 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U • Analyzed for but not detected above limiting criteria .(org) 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 
08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:!08-049 
Sample# W08P003407 
Client ID: B1W388 GPP-PNNL TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 D 0.159 mg/L 

Chloride 16887-00-6 LA-533-410 D 13.0 mg/L 

Nitrogen in Nitri te N02-N LA-533-410 BO 0.165 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 D 5.92 mg/L 

Sulfate 14808-79-8 LA-533-410 D 28.0 mg/L 

ICP Metals Analysis, Grd 1120 P Prep 
ICP Metals Analysis, Grd 1120 P 
Iron 7439-89-6 LA-505-411 48.0 ug/L 

Magnesium 7439-95-4 LA-505-411 1.36e + 04 ug/L 

Manganese 7439-96-5 LA-505-411 u < 4.00 ug/L 

Nickel 7440-02-0 LA-505-411 7.10 ug/L 

Potassium 7440-09-7 LA-505-411 4.82e + 03 ug/L 

Silver 7440-22-4 LA-505-411 u < 5.00 ug/L 

Sodium 7440-23-5 LA-505-411 1.30e + 04 ug/L 

Antimony 7440-36-0 LA-505-411 u < 56.0 ug/L 

Barium 7440-39-3 LA-505-411 71 .0 ug/L 

Cadmium 7440-43-9 LA-505-411 u < 4 .00 ug/L 

Chromium 7440-47-3 LA-505-411 u < 13.0 ug/L 

Cobalt 7440-48-4 LA-505-411 u < 4.00 ug/L 

Copper 7440-50-8 LA-505-411 u < 6.00 ug/L 

Vanadium 7440-62-2 LA-505-411 25 .4 ug/L 

Zinc 7440-66-6 LA-505-411 u < 9.00 ug/L 

Calcium 7440-70-2 LA-505-411 4.26e+04 ug/L 

Strontium 7440-24-6 LA-505-411 266 ug/L 

MDL=Minimum Detection Limit B - The analyte < the RDL but > = the IDL/MDL (inorg) 

RQ =Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria. 

rJlF= Dilution Factor 
.Jtt - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

oRepon WGPP!ver. 5.2 
-;pPAP 
U'I 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

2.00 0 .042 

2.00 0 .22 

2.00 0.020 

2.00 0.072 

2.00 0.15 

1.00 25 

1.00 50 

1.00 4.0 

1.00 4.0 

1.00 1.7e+02 

1.00 5.0 

1.00 51 

1.00 56 

1.00 4.0 

1.00 4 .0 

1.00 13 

1.00 4.0 

1.00 6 .0 

1.00 12 

1.00 9.0 

1.00 73 

1.00 4.0 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria . (org) 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 

07/10/08 

07/10/08 

07/10/08 

07/10/08 

07/10/08 

08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-049 
Sample # W08P003407 
Client ID: B1W388 GPP-PNNL TRENT Matrix: 

WSCF 
Test Performed CAS # Method RQ Result Unit TP Err 
Beryllium 7440-41 -7 LA-5O5-411 U < 4.00 ug/L 

MDL=Minimum Detection Limit B . The analyte < the RDL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error u - Analyzed for but not detected above limiting criteria . 

tJ)F= Dilution Factor 
II.)' - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

OReport WGPP/ver. 5.2 
-;;pPAP 
U'I 

WATER 

Unit DF 
1.00 

MDL 
4.0 

Group#: 
Department: 
Sampled: 
Received: 

PQL 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria.(org) 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 
08/20/08 

Page 16 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-049 
Sample# W08P003408 
Client ID: B1W389 GPP-PNNL TRENT Matrix: 

WSCF 
Test Performed CAS # Method 
ICP Metals Analysis, Grd H20 P Prep 

RQ Result Unit TP Err 

ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 LA-505-411 u < 25 .0 ug/L 

Magnesium 7439-95-4 LA-505-411 u < 50.0 ug/L 

Manganese 7439-96-5 LA-505-411 u < 4 .00 ug /L 

Nickel 7440-02-0 LA-505-411 u < 4.00 ug/L 

Potassium 7440-09-7 LA-505-411 u < 170 ug /L 

Silver 7440-22-4 LA-505-411 u < 5.00 ug/L 

Sodium 7440-23-5 LA-505-411 u < 51.0 ug /L 

Antimony 7440-36-0 LA-505-411 u < 56.0 ug/L 

Barium 7440-39-3 LA-505-411 u < 4.00 ug /L 

Cadmium 7440-43-9 LA-505-411 u < 4.00 ug/L 

Chromium 7440-47-3 LA-505-411 u < 13.0 ug/L 

Cobalt 7440-48-4 LA-505-411 u < 4.00 ug/L 

Copper 7440-50-8 LA-505-411 u < 6.00 ug/L 

Vanadium 7440-62-2 LA-505-411 u < 12.0 ug/l 

Zinc 7440-66-6 LA-505-411 u < 9.00 ug/l 

Calcium 7440-70-2 LA-505-411 u < 73.0 ug/l 

Strontium 7440-24-6 LA-505-411 u < 4.00 ug/L 

Beryllium 7440-41 -7 LA-505-411 u < 4.00 ug/L 

MDL=Minimum Detection Limit B - The analyte < the RDL but >=the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria. 

tJ)F=Dilution Factor 
(II)" - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

OReport WGPP/ver. 5.2 
~PAP 
CJ'I 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 25 

1.00 50 

1.00 4.0 

1.00 4 .0 

1.00 1. 7e + 02 

1.00 5.0 

1.00 51 

1.00 56 

1.00 4.0 

1.00 4.0 

1.00 13 

1.00 4.0 

1.00 6.0 

1.00 12 

1.00 9.0 

1.00 73 

1.00 4.0 

1.00 4.0 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria.(org) 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 
08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-049 
Sample# W08P003409 
Client ID: B1W390 GPP-PNNL TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method 
Anions by Ion Chromatography 

RQ Result Unit TP Err 

Fluoride 16984-48-8 LA-533-410 DU < 0 .0420 mg/L 

Chloride 16887-00-6 LA-533-410 DU < 0 .220 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .0198 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0 .0720 mg/L 

Sulfate 14808-79-8 LA-533-410 DU < 0 .154 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 LA-505-411 u < 25.0 ug/L 

Magnesium 7439.95.4 LA-505-411 u < 50.0 ug/L 

Manganese 7439-96-5 LA-505-411 u < 4.00 ug/L 

Nickel 7440-02-0 LA-505-411 u < 4.00 ug/L 

Potassium 7440-09-7 LA-505-411 u < 170 ug/L 

Silver 7440-22-4 LA-505-411 u < 5.00 ug/L 

Sodium 7440-23-5 LA-505-411 u < 51 .0 ug/L 

Antimony 7440-36-0 LA-505-411 u < 56.0 ug/L 

Barium 7440-39-3 LA-505-411 u < 4.00 ug/L 

Cadmium 7440-43-9 LA-505-4 11 u < 4.00 ug/L 

Chromium 7440-47-3 LA-505-411 u < 13.0 ug/L 

Cobalt 7440-48-4 LA-505-411 u < 4 .00 ug/L 

Copper 7440-50-8 LA-505-411 u < 6.00 ug/L 

Vanadium 7440-62-2 LA-505-411 u < 12.0 ug/L 

Zinc 7440-66-6 LA-505-411 u < 9.00 ug/L 

Calcium 7440-70-2 LA-505-411 u < 73.0 ug/L 

Strontium 7440-24-6 LA-505-411 u < 4.00 ug/L 

MDL=Minimum Detection Limit B - The analyte < the RDL but > - the IDL/MDL (inorgl 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria . 

,JJF=Dilution Factor 
.l:li,: · Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

o Repon WGPPlver. 5.2 
~PAP 
u, 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

2.00 0.042 

2 .00 0.22 

2.00 0.020 

2 .00 0.072 

2.00 0.15 

1.00 25 

1.00 50 

1.00 4.0 

1.00 4.0 

1.00 1.7e + 02 

1.00 5.0 

1.00 51 

1.00 56 

1.00 4.0 

1.00 4.0 

1.00 13 

1.00 4.0 

1.00 6.0 

1.00 12 

1.00 9 .0 

1.00 73 

1.00 4.0 

D - Analyte was identified at a secondary dilution factor 

U • Analyzed for but not detected above limiting criteria(inorg l 

U - Analyzed for but not detected above limiting criteria. (org) 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 

07/10/08 

07/10/08 

07/10/08 

07/10/08 

07/10/08 

08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-049 
Sample # W08P003409 
Client ID: BIW390 GPP-PNNL TRENT Matrix: 

WSCF 
Test Performed CAS # Method RQ Result Unit TP Err 
Beryllium 7440-41 -7 LA-505-411 U < 4.00 ug/L 

MDL=Minimum Detection Limit B - The analyte < the RDL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution tactor(inorg) 

TP Err==Total Propagated Error U - Analyzed for but not detected above limiting criteria . 

rJ>F=Dilution Factor 
U1 - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

OReport WGPP/ver. 5.2 
~PAP 
u, 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
1.00 4 .0 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed tor but not detected above limiting criteria .(org) 

WSCF20081393 
Inorganic 
07/09/08 
07/09/08 

Analysis Date 
OB/20/08 

Page 19 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 07 /09/08 
Test: Anions by Ion Chromatography Receive Date:07 /09/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W08P003400 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Chloride 16887-00-6 14.9441 RPO 0 .882 20.000 07/10/08 

OUP Fluoride 16984-48-8 0 .1458 RPO 2.305 20.000 07/10/08 

OUP Nitrogen in Nitrite N02-N 6.47e-2 RPO 87.965 20.000 • 07/10/08 

OUP Nitrogen in Nitrate N03-N 4.363 RPO 2.375 20.000 07/10/08 

OUP Sulfate 14808-79-8 23.1508 RPO 1.673 20.000 07/ 10/08 

MS Chloride 16887-00-6 0 .93475 93.945 % Recov 80.000 120.000 07/10/08 

MS Fluoride 16984-48-8 0.4994 101 .298 % Recov 80.000 120.000 07/10/08 

MS Nitrogen in Nitrite N02-N 0.4836 98.293 % Recov 80.000 120.000 07/10/08 

MS Nitrogen in Nitrate N03-N 0.4323 96.928 % Recov 80.000 120.000 07/10/08 

MS Sulfate 14808-79-8 1.9134 97.622 % Recov 80.000 120.000 07/10/08 

MSO Chloride 16887-00-6 0 .89135 89.583 % Recov 80.000 120.000 07/10/08 

MSO Fluoride 16984-48-8 0 .55685 112.951 % Recov 80.000 120.000 07/10/08 

MSO Nitrogen in Nitrite N02-N 0 .4758 96.707 % Recov 80.000 120.000 07/10/08 

MSO Nitrogen in Nitrate N03-N 0.45445 101 .895 % Recov 80.000 120.000 07/10/08 

MSO Sulfate 14808-79-8 1.8227 92.995 % Recov 80.000 120.000 07/10/08 

SPK-RPD Chloride 16887-00-6 89.583 RPO 4.753 20.000 07/10/08 

SPK-RPD Fluoride 16984-48-8 112.951 RPO 10.878 20.000 07/10/08 

SPK-RPD Nitrogen in Nitrite N02-N 96.707 RPO 1.627 20.000 07/10/08 

SPK-RPD Nitrogen in Nitrate N03-N 101 .895 RPO 4.996 20.000 07/10/08 

SPK-RPD Sulfate 14808-79-8 92.995 RPO 4.855 20.000 07/10/08 

BATCH QC 
BLANK Chloride 16887-00-6 <0.11 nla mg/L 0 .000 0 .030 u 07/10/08 

BLANK Chloride 16887-00-6 <0.11 n/a mg/L 0 .000 0 .030 u 07/10/08 

BLANK Fluoride 16984-48-8 <2.1e-2 nla mg/L 0.000 0.030 u 07/10/08 

BLANK Fluoride 16984-48-8 <2. 1e-2 nla mg/L 0 .000 0 .030 u 07/10/08 

N 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 
Test: Anions by Ion Chromatography Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
BLANK Nitrogen in Nitrite N02-N <9.9e-3 n/a mg/L 0 .000 0 .020 u 07/10/08 

BLANK Nitrogen in Nitrite N02-N < 9.9e-3 n/a mg/L 0 .000 0 .020 u 07/10/08 

BLANK Nitrogen in Nitrate N03-N <3.6e-2 n/a mg/L 0.000 0.040 u 07110/08 

BLANK Nitrogen in Nitrate N03-N < 3.6e-2 n/a mg/L 0 .000 0 .040 u 07 /10/08 

BLANK Sulfate 14808-79-8 <7.7e-2 n/a mg/L 0.000 0 .200 u 07/ 10/08 

BLANK Sulfate 14808-79-8 <7 .7e-2 n/a mg/L 0 .000 0 .200 u 07/10/08 

LCS Chloride 16887-00-6 196.1681 97.596 % Recov 80.000 120.000 07/10/08 

LCS Fluoride 16984-48-8 105.5609 105.985 % Recov 80.000 120.000 07/10/08 

LCS Nitrogen in Nitrite N02-N 98.5109 99.106 % Recov 80.000 120.000 07/10/08 

LCS Nitrogen in Nitrate N03-N 91 .2915 101 .322 % Re cov 80.000 120.000 07/ 10/08 

LCS Sulfate 14808-79-8 394.7512 99.685 % Recov 80.000 120.000 07/10/08 

N 
~eport w13gq/rev.4.2 p 7 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 07 /09/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:07 /09/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W08P003391 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Silver 7440-22-4 940.4 94.040 % Recov 75.000 125.000 08/20/08 

MS Barium 7440-39-3 444.3 88.860 % Recov 75.000 125.000 08/20/08 

MS Beryllium 7440-41 -7 487.4 97.480 % Recov 75.000 125.000 08/20/08 

MS Calcium 7440-70-2 -6710 -671.000 % Recov 75.000 125.000 08/20/08 

MS Cadmium 7440-43-9 968.8 96.880 % Recov 75.000 125.000 08/20/08 

MS Cobalt 7440-48-4 950.3 95 .030 % Recov 75 .000 125.000 08/20/08 

MS Chromium 7440-47-3 930.5 93.050 % Recov 75.000 125.000 08/20/08 

MS Copper 7440-50-8 910. 1 91.010 % Recov 75.000 125.000 08/20/08 

MS Iron 7439-89-6 937.6 93 .760 % Recov 75.000 125.000 08/20/08 

MS Potassium 7440-09-7 8846 88.460 % Recov 75 .000 125.000 08/20/08 

MS Magnesium 7439-95-4 -1020 -102.000 % Recov 75.000 125.000 08/20/08 

MS Manganese 7439-96-5 956.4 95.640 % Recov 75.000 125.000 08/20/08 

MS Sodium 7440-23-5 -780 -78.000 % Recov 75 .000 125.000 08/20/08 

MS Nickel 7440-02-0 937.2 93.720 % Recov 75 .000 125.000 08/20/08 

MS Antimony 7440-36-0 941 .1 94.110 % Recov 75.000 125.000 08/20/08 

MS Strontium 7440-24-6 427.9 85.580 % Recov 75.000 125.000 08/20/08 

MS Vanadium 7440-62-2 933 93.300 % Recov 75 .000 125.000 08/20/08 

MS Zinc 7440-66-6 941 .3 94.130 % Recov 75 .000 125.000 08/20/08 

MSD Silver 7440-22-4 992.8 99.280 % Recov 75.000 125.000 08120/08 

MSD Barium 7440-39-3 484.3 96.860 % Recov 75.000 125.000 08/20/08 

MSD Beryllium 7440-41 -7 526.6 105.320 % Recov 75.000 125.000 08/20108 

MSD Calcium 7440-70-2 -1130 -113.000 % Recov 75.000 125.000 08120/08 

MSD Cadmium 7440-43-9 1037 103.700 % Recov 75.000 125.000 08/20/08 

MSD Cobalt 7440-48-4 1033 103.300 % Recov 75.000 125.000 08/20108 

MSD Chromium 7440-47-3 1009.5 100.950 % Recov 75.000 125.000 08/20108 

MSD Copper 7440-50-8 980.7 98.070 % Recov 75.000 125.000 08/20/08 

I\) 
(XJ1eport w13gq/rev.4.2 p 8 

025-aug-2008 07:22:21 
-ti 

U'I 
U'I 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 07 /09/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:07 /09/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
MSD Iron 7439-89-6 1021 102.100 % Recov 75.000 125.000 08/20/08 

MSD Potassium 7440-09-7 9856 98.560 % Recov 75 .000 125.000 08/20/08 

MSD Magnesium 7439-95-4 310 31 .000 % Recov 75.000 125.000 08/20/08 

MSO Manganese 7439-96-5 1039 103.900 % Recov 75.000 125.000 08/20/08 

MSD Sodium 7440-23-5 430 43.000 % Recov 75.000 125.000 08/20/08 

MSD Nickel 7440-02-0 1018.1 101 .810 % Recov 75.000 125.000 08/20/08 

MSD Antimony 7440-36-0 1016 101 .600 % Recov 75.000 125.000 08/20/08 

MSD Strontium 7440-24-6 490.7 98 .140 % Recov 75.000 125.000 08/20/08 

MSD Vanadium 7440-62-2 1008.8 100.880 % Recov 75.000 125.000 08/20/08 

MSD Zinc 7440-66-6 1013 101 .300 % Recov 75.000 125.000 08/20/08 

SPK-RPD Silver 7440-22-4 99.280 RPD 5.421 20.000 08/20/08 

SPK-RPD Barium 7440-39-3 96.860 RPD 8 .615 20.000 08/20/08 

SPK-RPD Beryllium 7440-41 -7 105.320 RPD 7.732 20.000 08/20/08 

SPK-RPO Calcium 7440-70-2 -113.000 RPD -142.347 20.000 • 08/20/08 

SPK-RPD Cadmium 7440-43-9 103.700 RPD 6.800 20.000 08/20/08 

SPK-RPO Cobalt 7440-48-4 103.300 RPD 8.340 20.000 08/20/08 

SPK-RPD Chromium 7440-47-3 100.950 RPD 8 .144 20.000 08 /20/08 

SPK-RPD Copper 7440-50-8 98.070 RPD 7.468 20.000 08/20/08 

SPK-RPD Iron 7439-89-6 102.100 RPD 8.516 20.000 08/20/08 

SPK-RPD Potassium 7440-09-7 98.560 RPD 10.801 20.000 08/20/08 

SPK-RPD Magnesium 7439-95-4 31 .000 RPD -374.648 20.000 • 08/20/08 

SPK-RPD Manganese 7439-96-5 103.900 RPD 8.279 20.000 08/20/08 

SPK-RPD Sodium 7440-23-5 43.000 RPD -691.429 20.000 • 08/20/08 

SPK-RPD Nickel 7440-02-0 101.810 RPD 8.275 20.000 08/20/08 

SPK-APD Antimony 7440-36-0 101.600 RPD 7.654 20.000 08/20/08 

SPK-RPD Strontium 7440-24-6 98.140 RPD 13.673 20.000 08/20/08 

SPK-RPD Vanadium 7440-62-2 100.880 RPO 7.807 20.000 08/20/08 

SPK-RPD Zinc 7440-66-6 101 .300 RPD 7 .338 20.000 08/20/08 

N 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 
Test: ICP Metals Analysis, Grd H20 P Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

BATCH QC 
BLANK Silver 7440-22-4 23.4 23.400 ug/L 08120/08 

BLANK Barium 7440-39-3 <4 n/a ug/L u 08/20/08 

BLANK Beryllium 7440-41-7 <4 n/a ug/L u 08/20108 

BLANK Calcium 7440-70-2 <73 n/a ug/L u 08/20/08 

BLANK Cadmium 7440-43-9 <4 n/a ug/L u 08/20108 

BLANK Cobalt 7440-48-4 <4 n/a ug/L u 08/20/08 

BLANK Chromium 7440-47-3 <13 n/a ug/L u 08/20108 

BLANK Copper 7440-50-8 <6 n/a ug/L u 08120/08 

BLANK Iron 7439-89-6 <25 n/a ug/L u 08/20/08 

BLANK Potassium 7440-09-7 <170 n/a ug/L u 08/20/08 

BLANK Magnesium 7439-95-4 <50 n/a ug/L u 08/20/08 

BLANK Manganese 7439-96-5 <4 n/a ug/L u 08120/08 

BLANK Sodium 7440-23-5 <51 n/a ug/L u 08120/08 

BLANK Nickel 7440-02-0 <4 n/a ug/L u 08120/08 

BLANK Antimony 7440-36-0 <56 n/a ug/L u 08/20/08 

BLANK Strontium 7440-24-6 <4 n/a ug /L u 08/20/08 

BLANK Vanadium 7440-62-2 <12 n/a ug/L u 08/20/08 

BLANK Zinc 7440-66-6 <9 n/a ug/L u 08/20/08 

LCS Silver 7440-22-4 912.3 91.230 % Recov 80.000 120.000 08/20/08 

LCS Barium 7440-39-3 449 .7 89.940 % Recov 80.000 120.000 08/20/08 

LCS Beryllium 7440-41 -7 508.3 101 .660 % Recov 80.000 120.000 08120/08 

LCS Calcium 7440-70-2 962.5 96.250 % Recov 80.000 120.000 08/20/08 

LCS Cadmium 7440-43-9 946.5 94.650 % Recov 80.000 120.000 08/20108 

LCS Cobalt 7440-48-4 984.9 98.490 % Recov 80.000 120.000 08/20/08 

LCS Chromium 7440-47-3 960.9 96.090 % Recov 80.000 120.000 08120/08 

LCS Copper 7440-50-8 916. 1 91 .610 % Recov 80.000 120.000 08/20/08 

LCS Iron 7439-89-6 942.1 94.210 % Recov 80.000 120.000 08120/08 

LCS Potassium 7440-09-7 8822 88.220 % Recov 80.000 120.000 08120/08 

(.,) 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 
Test: ICP Metals Analysis, Grd H20 P Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
LCS Magnesium 7439-95-4 881 .8 88. 180 % Recov 80.000 120.000 08/20/08 

LCS Manganese 7439-96-5 954.8 95.480 % Recov 80.000 120.000 08/20/08 

LCS Sodium 7440-23-5 854.9 85.490 % Recov 80.000 120.000 08/20/08 

LCS Nickel 7440-02-0 965.1 96.510 % Recov 80.000 120.000 08/20/08 

LCS Antimony 7440-36-0 870 87 .000 % Recov 80.000 120.000 08/20/08 

LCS Strontium 7440-24-6 456.4 91 .280 % Recov 80.000 120.000 08/20/08 

LCS Vanadium 7440-62-2 945.1 94.510 % Recov 80.000 120.000 08/20/08 

LCS Zinc 7440-66-6 933.9 93.390 % Recov 80.000 120.000 08/20/08 

w 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 07/09/08 
Test: ICP-200.8 MS All possible meta Receive Date:07 /09/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W08P003398 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Uranium 7440-61 -1 44.12 110.300 % Recov 70.000 130.000 07/30/08 

MSD Uranium 7440-61 - 1 41 .32 103.300 % Recov 70.000 130.000 07/30/08 

SPK-RPD Uranium 7440-61 -1 103.300 RPD 6.554 20.000 07/30/08 

Lab ID: W08P003400 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Uranium 7440-61 -1 42.073 105. 183 % Recov 70.000 130.000 07/30/08 

MSD Uranium 7440-61 -1 42.003 105.008 % Recov 70.000 130.000 07/30/08 

SPK-RPD Uranium 7440-61 -1 105.008 RPD 0.167 20.000 07/30/08 

BATCH QC 
BLANK Uranium 7440-61 -1 <5e-2 n/a ug/L u 07/30/08 

LCS Uranium 7440-6 1-1 37 .73 94.325 % Recov 85 .000 115.000 07/30/08 

w 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081393 
Matrix: WATER 
Test: Total Alkalinity as mg/L CaCO3 

QC 
Type Analyte 

Lab ID: W08P003351 

CAS# 

BATCH QC ASSOCIATED WITH SAMPLE 
OUP Total Alkalinity as mg/L CaC03 ALKALINITY 

Lab ID: W08P003485 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Total Alkalinity as mg/L CaC03 ALKALINITY 

BATCH QC 
LCS Total Alkalinity as mg/L CaC03 ALKALINITY 

LCS Total Alkalinity as mg/L CaC03 ALKALINITY 

LCS Total Alkalinity as mg/L CaC03 ALKALINITY 

LCS Total Alkalinity as mg/L CaC03 ALKALINITY 

LCS Total Alkalinity as mg/L CaC03 ALKALINITY 

w 
Wleport w13gq/rev.4.2 p 13 

025-aug-2008 07:22:21 
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U1 
U1 

QC Found QC Yield 

125.3 

141.8 

30.32 101 .745 

11 5.9 100.783 

32.39 108.691 

115.3 100.261 

32.66 109.597 

Lower 
Units Limit 

RPO 

RPO 

%Recove 80.000 

%Recove 80.000 

%Recove 80.000 

%Recove 80.000 

%Recove 80.000 

Upper 
Limit 

120.000 

120.000 

120.000 

120.000 

120.000 

Department: Inorganic 

Sample Date: 07 /08/08 
Receive Date:07 /08/08 

RPD(%) 

0.000 

0.071 

RPD 
Limit 

20.000 

20.000 

RQ 
Analysis 
Date 

07/16/08 

07116/08 

07/16/08 

07116/08 

07/16108 

07116/08 

07/16108 



WSCF 
ANALYTICAL COMMENT REPORT 

Attention: Steve Trent E6-35 

Sample # Client ID Lab Area 

Lab Areas: 

VALGR0UP 

VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

VALTEST - Test Validation 
LOGTEST - Login for Tests 

(!]his report may not be reproduced, except in its entirety withou t the written approval of the WSCF Laboratory. 

~ 

Owgppc/5.2 Report# : WSCF20081393 .... 
U1 
U1 

Report Date: 25-aug-2008 

Group#: WSCF20081393 
Department: Inorganic 

Comment 

ICP-AES: [Samples W08P3406-34091 

High silver preparation blank result; "C" flag if 

applicable. 

No zirconium present in the LCS standard . 

Magnesium, sodium, and calcium sample results exceed spiking 

level by a factor of 4 so spike recoveries are not valid . 

Check standard used to ensure magnesium, sodium, and calcium 

linearity because sample results are greater than the 

calibration standard. 

TESTDA TA - Test Data Entry 

Page 3 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-049 
Sample# W08P003407 
Client ID: B1W388 GPP-PNNL TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit 
VOA Ground Water Protection 
1, 1-Dichloroethene 75-35-4 LA-523-455 u < 1.00 ug/L 

Trichloroethane 79-01 -6 LA-523-455 u < 1.00 ug /L 

Benzene 71 -43-2 LA-523-455 u < 1.00 ug/L 

Toluene 108-88-3 LA-523-455 u < 1.00 ug/L 

Chlorobenzene 108-90-7 LA-523-455 u < 1.00 ug /L 

1, 1-Dichloroethane 75-34-3 LA-523-455 u < 1.00 ug/L 

Ethylbenzene 100-41 -4 LA-523-455 u < 1.00 ug/L 

1,2-Dichloroethane 107-06-2 LA-523-455 u < 1.00 ug/L 

4-Methyl-2-Pentanone 108-10-1 LA-523-455 u < 1.00 ug /L 

Tetrachloroethene 127-18-4 LA-523-455 u < 1.00 ug/L 

Xylenes (total) 1330-20-7 LA-523-455 u < 1.00 ug/L 

Carbon tetrachloride 56-23-5 LA-523-455 7. 10 ug/L 

Acetone 67-64-1 LA-523-455 u < 1.00 ug/L 

Chloroform 67-66-3 LA-523-455 u < 1.00 ug/L 

1, 1, 1-Trichloroethane 71 -55-6 LA-523-455 u < 1.00 ug/L 

Vinyl chloride 75-01 -4 LA-523-455 u < 1.00 ug/L 

Methylenechloride 75-09-2 LA-523-455 u < 1.00 ug/L 

Carbon disulfide 75-15-0 LA-523-455 u < 1.00 ug/L 

2-8utanone 78-93-3 LA-523-455 u < 1.00 ug /L 

1, 1,2-Trichloroethane 79-00-5 LA-523-455 u < 1.00 ug/L 

1-Butanol 71 -36-3 LA-523-455 u < 100 ug /L 

Tetrahydrofuran 109-99-9 LA-523-455 u < 2.00 ug/L 

trans-1,2-Dichloroethylene 156-60-5 LA-523-455 u < 1.00 ug/L 

cis-1,2-Dichloroethylene 156-59-2 LA-523-455 u < 1.00 ug/L 

MDL=Minimum Detection Limit B - The analyte < the AOL but > = the IDL/MDL (inorg) 

RQ = Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria . 

c.J)F=Dilution Factor 
C1t · Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

S!?epon WGPP/ver. 5.2 
ul]PAP 
(JI 

TP Err 

Group #: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0e + 02 

1.00 2.0 

1.00 1.0 

1.00 1.0 

D - Analyte was identified at a secondary dilution factor 

U • Analyzed for but not detected above limiting criteria(inorg) 

U • Analyzed for but not detected above limiting criteria. (org) 

WSCF20081393 
Organic 
07/09/08 
07/09/08 

Analysis Date 

07118/08 

07/18/08 

07118/08 

07118/08 

07118/08 

07118108 

07/18108 

07118/08 

07118/08 

07118/08 

07118/08 

07118/08 

07118/08 

07118108 

07/18108 

07118/08 

07118/08 

07118/08 

07118/08 

07118/08 

07118/08 

07118/08 

07118/08 

07/18/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-049 
Sample # W08P003407 
Client ID: BIW388 GPP-PNNL TRENT Matrix: 

WSCF 
Test Perfonned CAS # Method 
Ethyl cyanide 

1,4-Dichlorobenzene 

107-12-0 

106-46-7 

LA-523-455 

LA-523-455 

RQ 
u 
u 

Result Unit 
< 2 .00 ug/l 

< 1.00 ug/l 

MDL=Minimum Detection Limit B - The analyte < the RDL but >=the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria. 

c,J>F=Dilution Factor 
O> - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

ORepon WGPP/ver. 5.2 
~PAP 
u, 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
1.00 2.0 

1.00 1.0 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20081393 
Organic 
07/09/08 
07/09/08 

Analysis Date 
07/18/08 

07/18/08 

Page 3 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:!08-049 
Sample# W08P003409 
Client ID: B1W390 GPP-PNNL TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
VOA Ground Water Protection 
1, 1-Dichloroethene 75-35-4 LA-523-455 u < 1.00 ug/L 

Trichloroethene 79-01 -6 LA-523-455 u < 1.00 ug/L 

Benzene 71 -43-2 LA-523-455 u < 1.00 ug/L 

Toluene 108-88-3 LA-523-455 u < 1.00 ug/L 

Chlorobenzene 108-90-7 LA-523-455 u < 1.00 ug/L 

1, 1-Dichloroethane 75-34-3 LA-523-455 u < 1.00 ug/L 

Ethylbenzene 100-41 -4 LA-523-455 u < 1.00 ug/L 

1,2-Dichloroethane 107-06-2 LA-523-455 u < 1.00 ug/L 

4 -Methyl-2-Pentanone 108-10-1 LA-523-455 u < 1.00 ug/L 

Tetrachloroethene 127-18-4 LA-523-455 u < 1.00 ug/L 

Xylenes (total) 1330-20-7 LA-523-455 u < 1.00 ug /L 

Carbon tetrachloride 56-23-5 LA-523-455 u < 1.00 ug /L 

Acetone 67-64- 1 LA-523-455 u < 1.00 ug/L 

Chloroform 67-66-3 LA-523-455 u < 1.00 ug /L 

1, 1, 1-Trich loroethane 71 -55-6 LA-523-455 u < 1.00 ug /L 

Vinyl chloride 75-01 -4 LA-523-455 u < 1.00 ug/L 

Methylenechloride 75-09-2 LA-523-455 24.0 ug/L 

Carbon disulfide 75-15-0 LA-523-455 u < 1.00 ug/L 

2-8utanone 78-93-3 LA-523-455 u < 1.00 ug /L 

1, 1,2-Trichloroethane 79-00-5 LA-523-455 u < 1.00 ug /L 

1-Butanol 71-36-3 LA-523-455 u < 100 ug /L 

Tetrahydrofuran 109-99-9 LA-523-455 u < 2.00 ug /L 

trans-1,2-Dichloroethylene 156-60-5 LA-523-455 u < 1.00 ug /L 

cis-1 ,2-Dichloroethylene 156-59-2 LA-523-4 55 u < 1.00 ug /L 

MDL=Minimum Detection Limit B - The analyte < the AOL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor( inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting c riteria . 

c.J>F= Dilution Factor 
....,. - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

OReport WGPP/ver. 5.2 
;;pPAP 
u, 

TP Err 

Group #: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0e+02 

1.00 2 .0 

1.00 1.0 

1.00 1.0 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20081393 
Organic 
07/09/08 
07/09/08 

Analysis Date 

07/1B/08 

07/18/08 

07/1 B/0B 

07/1B/0B 

07/1 8/0 8 

07/1 8/0 8 

07/18/08 

07/18/08 

07/18/08 

07/18/08 

07/18/08 

07/18/08 

07/ 18/08 

07/ 18/08 

07/1 8/08 

07/18/08 

07/1 8/08 

07/18/08 

07/18/08 

07/18/08 

07/18/08 

07/18/08 

07/18/08 

07/18/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:!08-049 
Sample # W08P003409 
Client ID: B1W390 GPP-PNNL TRENT 

WSCF 
Test Perfonned CAS # Method RQ Result 
Ethyl cyanide 

1,4-Dichlorobenzene 

107-12-0 

106-46-7 

LA-523-455 U < 2.00 

LA-523-455 U < 1.00 

Matrix: 

Unit TP Err 
ug/L 

ug/L 

MDL=Minimum Detection Limit 8 - The analyte < the RDL but>= the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria. 

<.J)F=Dilution Factor 
0> - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

OReport WGPP/ver. 5_2 
'Z:PPAP 
(Tl 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
1.00 2.0 

1.00 1.0 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20081393 
Organic 
07/09/08 
07/09/08 

Analysis Date 
07/18/08 

07/18/08 

Page 5 



---- ---- ------------- - ---------

WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 07/07/08 
Test: VOA Ground Water Protection Receive Date:07/07/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W08P003344 
BATCH QC ASSOCIATED WITH SAMPLE 
MS 1, 1-Dichloroethene 75-35-4 28.220 113.000 % Recov 63.000 117.000 07/18/08 

MS Benzene 71-43-2 25.200 101.000 % Recov 75.000 129.000 07/18/08 

MS 4-Bromofluorobenzene(Surrl 460-00-4 50. 130 100.000 % Recov 75.000 125.000 07/18/08 

MS Chlorobenzene 108-90-7 25.630 103.000 % Recov 79.000 119.000 07/18/08 

MS 1 ,2-Dichloroethane-d4(Surr) 17060-07-0 56.270 113.000 % Recov 75.000 125.D00 07/18/08 

MS Toluene-d8(Surr) 2037-26-5 50.390 101 .000 % Recov 75.000 125.000 D7/18/08 

MS Toluene 108-88-3 25.580 102.000 % Recov 76.000 120.000 07/18/08 

MS Trichloroethene 79-01 -6 24.780 99.100 % Recov 73.000 123.000 07/18/08 

MSD 1, 1-Dichloroethene 75-35-4 27.920 112.000 % Recov 63.000 117.000 07/18/08 

MSD Benzene 71 -43-2 24.720 98.900 % Recov 75.000 129.000 07/18/08 

MSD 4-Bromofluorobenzene(Surr) 460-00-4 51 .340 103.000 % Recov 75.000 125.000 07/18/0B 

MSD Chlorobenzene 108-90-7 25.270 101 .000 % Recov 79.000 119.000 07/18/08 

MSD 1 ,2-Dichloroethane-d4(Surr) 17060-07-0 56.600 113.000 % Recov 75 .000 125.000 07/18/08 

MSO Toluene-dB(Surrl 2037-26-5 50.060 100.000 % Recov 75.000 125.000 07/18/08 

MSD Toluene 108-BB-3 25.120 100.000 % Recov 76.000 120.000 07/18/0B 

MSO Trichloroethane 79-01 -6 23.590 94.400 % Recov 73 .000 123.000 07/18/08 

SPK-RPO 1, 1 -Dichloroethene 75-35-4 112.000 RPO 0 .889 20.000 07/18/08 

SPK-RPO Benzene 71 -43-2 98.900 RPO 2. 101 20.000 07/18/08 

SPK-RPO 4-Bromolluorobenzene(Surr) 460-00-4 103.000 RPO 2.956 20.000 07/1 B/08 

SPK-RPO Chlorobenzene 108-90-7 101 .000 RPO 1.961 20.000 07/18/08 

SPK-RPO 1,2-Dichloroethane-d4(Surrl 17060-07-0 113.000 RPO 0 .000 20.000 07/18/08 

SPK-RPO Toluene-dB(Surr) 2037-26-5 100.000 RPO 0.995 20.000 07/18/08 

SPK-RPO Toluene 108-BB-3 100.000 APO 1.980 20.000 07/18/08 

SPK-RPO Trichloroethene 79-01 -6 94.400 RPO 4.858 20.000 07/18/0B 

w 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 07 /09/08 
Test: VOA Ground Water Protection Receive Date:07 /09/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W08P003407 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA 4-Bromofluorobenzene(Surr) 460-00-4 51 .030 102.000 % Recov 75 .000 125.000 07/18/08 

SURA 1 ,2-Dichloroethane-d4(Surrl 17060-07-0 57.470 115.000 % Recov 75.000 125.000 07/18/08 

SURA Toluene-d8(Surr) 2037-26-5 50.800 102.000 % Recov 75.000 125.000 07/18/08 

Lab ID: W08P003409 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA 4-Bromofluorobenzene(Surr) 460-00-4 49.370 98 .700 % Recov 75.000 125.000 07/18/08 

SURA 1 ,2-Dichloroethane-d4(Surr) 17060-07-0 56.480 113.000 % Recov 75.000 125.000 07/18/08 

SURA Toluene-d8(Surr) 2037-26-5 50.660 101 .000 % Recov 75.000 125.000 07/18/08 

BATCH QC 
BLANK 1, 1-Dichloroeth ane 75-34-3 < 1.0 n/a ug/L u 07/17/08 

BLANK 1, 1, 1-Trichloroethane 71 -55-6 < 1.0 n/a ug/L u 07/17/08 

BLANK 1, 1, 2-Trichloroethane 79-00-5 < 1.0 n/a ug/L u 07/17/08 

BLANK 1, 1-Dichloroethene 75-35-4 < 1.0 n/a ug/L u 07/17/08 

BLANK 1 ,2-Dichloroethane 107-06-2 < 1.0 n/a ug/L u 07/17/08 

BLANK 1 ,4-Dichlorobenzene 106-46-7 < 1.0 n/a ug/L u 07/17/08 

BLANK 1-Butanol 71 -36-3 < 100 n/a ug/L u 07/17/08 

BLANK 4-Methyl-2-Pentanone 108-10-1 < 1.0 n/a ug/L u 07/17/08 

BLANK Acetone 67-64-1 < 1.0 n/a ug/L u 07/17/08 

BLANK Benzene 71-43-2 < 1.0 n/a ug/L u 07/17/08 

BLANK 4-Bromofluorobenzene(Surr) 460-00-4 50.930 102.000 % Recov 75.000 125.000 07/17/08 

BLANK Carbon disulfide 75-15-0 < 1.0 n/a ug /L u 07/17/08 

BLANK Carbon tetrachloride 56-23-5 < 1.0 n /a ug/L u 07/17/08 

BLANK Chloroform 67-66-3 < 1.0 n/a ug/L u 07/17/08 

BLANK Chlorobenzene 108-90-7 < 1.0 n/a ug/L u 07/17/08 

BLANK cis- 1 ,2-Dichloroethylene 156-59-2 < 1.0 n/a ug/L u 07/17/08 

:. 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 
Test: VOA Ground Water Protection Receive Date: 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
BLANK 1,2-Dichloroethane-d4(Surrt 17060-07-0 55.2B0 111.000 % Recov 75 .000 125.000 07/17/08 

BLANK trans-1,2-Dichloroethylene 156-60-5 < 1.0 n/a ug/L u 07/17/08 

BLANK Ethylbenzene 100-41-4 < 1.0 n/a ug/L u 07/17/08 

BLANK Ethyl cyanide 107-12-0 < 2.0 n/a ug/L u 07/17/08 

BLANK 2-Butanone 78-93-3 < 1.0 n/a ug/L u 07/17/08 

BLANK Methylenechloride 75-09-2 < 1.0 n/a ug/L u 07/17/08 

BLANK Tetrachloroethene 127-18-4 < 1.0 n/a ug/L u 07/17/08 

BLANK X ylenes (total> 1330-20-7 < 1.0 n/a ug /L 0 .000 5.000 u 07 / 17/08 

BLANK Tetrahydrofuran 109-99-9 < 2.0 n/a ug/L u 07/17/08 

BLANK Toluene-d8(Surrt 2037-26-5 49.060 98.100 % Recov 75 .000 125.000 07/17/08 

BLANK Toluene 108-88-3 < 1.0 n/a ug/L u 07/17/08 

BLANK Trichloroethane 79-01 -6 < 1.0 n/a ug/L u 07/17 /08 

BLANK Vinyl chloride 75-01 -4 < 1.0 n/a ug /L u 07/17/08 

LCS 1, 1-Dichloroethene 75-35-4 28.380 114.000 % Recov 75 .000 125.000 07/18/08 

LCS Benzene 71 -43-2 26.300 105.000 % Recov 75.000 125.000 07/18/08 

LCS 4-Bromofluorobenzene(Surrt 460-00-4 50.610 101 .000 % Recov 75 .000 125.000 07/18/08 

LCS Chlorobenzene 108-90-7 26 .260 105.000 % Recov 75.000 125.000 07/18/08 

LCS 1,2-Dichloroethane-d4(Surrt 17060-07-0 53 .080 106.000 % Recov 75 .000 125.000 07/18/08 

LCS Toluene-dB(Surrt 2037-26-5 50.090 100.000 % Recov 75.000 125.000 07/18/08 

LCS Toluene 108-88-3 26.530 106.000 % Recov 75 .000 125.000 07/18/08 

LCS Trichloroethane 79-01-6 20.840 83.400 % Recov 75.000 125.000 07/18/08 

~ 
--lpieport w13gq/rev.4.2 p 3 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:A0S-007 
Sample # W08P003404 
Client ID: BlW1F2 GPP-PNNL TRENT Matrix: 

WSCF 
Test Perfonned CAS # Method RQ Result Unit TP Err 
Tritium by Liq Set column prep 
Tritium 10028-17-8 LA-508-421 U -49.0 pCi/L 

MDL=Minimum Detection Limit B - The analyte < the ROL but > = the IOL/MOL linorgl 

RQ=Result Qualifier O - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria. 

.i:J)F = Dilution Factor 
I\). - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

S,.Repon WGPP/ver. 5.2 
u{]PAP 
(J1 

+ -225 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 2.2e +02 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20081393 
Radiochemistry 
07/09/08 
07/09/08 

Analysis Date 

07/18/08 

Page 6 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:A08-007 
Sample # W08P003405 
Client ID: BlW1F3 GPP-PNNL TRENT Matrix: 

WSCF 
Test Performed CAS # Method RQ Result Unit TP Err 
Tritium by Liq Set column prep 
Tritium 10028-17-8 LA-508-421 U -28.0 pCi/L + -104 

l\IDL=Mioimum Detection Limit B - The analyte < the AOL but >=the IDL/MDL (inorgl 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria. 

,&:li,DF=Dilution Factor 
U - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

S/?eport WGPP/ver. 5.2 
(J(]PAP 
tn 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 2.2e+02 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20081393 
Radiochemistry 
07/09/08 
07/09/08 

Analysis Date 

07118/08 

Page 7 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-049 
Sample # W08P003407 
Client ID: B1W388 GPP-PNNL TRENT Matrix: 

WSCF 
Test Performed CAS # Method RQ Result 
TC99 by Liquid Sein. 

Unit TP Err 

Tc-99 by Liquid Sein. 14133-76-7 LA-508-421 U 3.60 pCi/L + -3.60 

MDL= Minimum Detection Limit B - The analyte < the RDL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria . 

~F=Dilution Factor 
- Indicates results that have NOT been validated; + • Indicates more than six qualifier symbols 

~epon WGPP/ver_ 5.2 
c.,vPAP 
U'I 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 5.8 

D - Analyte was identified at a secondary dilution factor 

U - Analyzed for but not detected above limiting criteria(inorg) 

U - Analyzed for but not detected above limiting criteria .(org) 

WSCF20081393 
Radiochemistry 
07/09/08 
07/09/08 

Analysis Date 

07/17/08 

Page 8 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:!08-049 
Sample # W08P003409 
Client ID: Bl W390 GPP-PNNL TRENT Matrix: 

WSCF 
Test Perfonned CAS # Method RQ Result Unit TP Err 
TC99 by Liquid Sein. 
Tc-99 by Liquid Se in. 14133-76-7 LA-508-421 U -0.600 pCi/L + -3.75 

MDL= Minimum Detection Limit 8 • The analyte < the RDL but > ~ the IDL/MDL (inorgl 

RQ=Result Qualifier D • Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U . Analyzed for but not detected above limiting criteria. 

,l:J)F=Dilution Factor 
(J'l • Indicates results that have NOT been validated; + • Indicates more than six qualifier symbols 

~eport WGPP/ver. 5.2 
c,f]PAP 
c.n 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 5.8 

D . Analyte was identified at a secondary dilution factor 

U . Analyzed for but not detected above limiting criteria(inorg) 

U • Analyzed for but not detected above limiting criteria.(org) 

WSCF20081393 
Radiochemistry 
07/09/08 
07/09/08 

Analysis Date 

07/17/08 

Page 9 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Radiochemistry 

SDG Number: WSCF20081393 
Matrix: WATER Sample Date: 07 /08/08 
Test: TC99 by Liquid Sein. Receive Date:07 /08/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W08P003355 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Tc-99 by Liquid Sein . 14133-76-7 6.6E + 01 RPO 7.874 20.000 07/17/08 

MS Tc-99 by liquid Sein. 14133·76-7 204.7 108.825 % Recov 75 .000 125.000 07/17/08 

BATCH QC 
BLANK Tc -99 by Liquid Sein. 14133-76-7 U-0.7 n/a pCi/l -10.000 10.000 07/17/08 

LCS Te-99 by Liquid Sein. 14133-76-7 204.7 108.825 % Recov 80.000 120.000 07/17/08 

~ 
~eport w13gq/rev.4.2 p 4 

ai5-aug-2008 07:22:21 

CJ1 
CJ1 



WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081393 
Matrix: WATER 
Test: Tritium by Liq Set column prep 

QC 
Type Analyte 

Lab ID: W08P003305 

CAS# 

BATCH QC ASSOCIATED WITH SAMPLE 
DUP Tritium 10028-17-8 

MS Tritium 10028-17-8 

BATCH QC 
BLANK Tritium 10028-17-8 

LCS Tritium 10028-17-8 

.&:a,. 
""'fieport w13gq/rev.4.2 p 5 

~5-aug-2008 07:22:21 

01 
01 

QC Found QC Yield 

8.4E + 03 

22860.0 88.697 

U5 .4E + 01 n/a 

3250 95.135 

Lower 
Units Limit 

RPD 

% Recov 75.000 

pCi/L -10.000 

% Recov 80.000 

Upper 
Limit 

125.000 

1000.000 

120.000 

Department: Radiochemistry 

Sample Date: 07 /02/08 
Receive Date:07 /02/08 

RPD 
RPO(%) Limit RQ 

7.407 20.000 

Analysis 
Date 

07/18/08 

07/18/08 

07/18/08 

07/ 18/08 
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GPAP 

Waste Sampling and Characterization Facility 
P.O. BOX 1970 83-30, Richland, WA 99352 

PHONE: (509) 373-7004/FAX: (509) 373-7134 

ACKNOWLEDGMENT OF SAMPLES RECEIVED 

Richland, WA 99352 
Attn: Steve Trent E6-35 

Customer Code: PNNL-GPP 
PO#: 122543 

Group#: 20081393 

The following samples were received from you on 07/09/08. They have been 
scheduled for the tests listed beside each sample. If this information 
is incorrect, please contact your service representative. Thank you for 
using Waste Sampling and Characterization Facility. 

Sample# Sample 

W08P003402 BlW2H7 

W08P003403 B1W2H8 

W08P003404 B1WlF2 

W08P003405 B1WlF3 

W08P003406 B1W387 

W08P003407 B1W388 

W08P003408 B1W389 

W08P003409 B1W390 

Test Acronym 

@2008 
@GPP6010 
@H3-33 
@IC -30 
@TC99-30 
@VOA-GPP 
ALKALI 

Id Matrix 
Tests Scheduled 

GPP-PNNL TRENT Water 
ALKALI 

GPP-PNNL TRENT Water 
ALKALI 

GPP-PNNL TRENT Water 
@2008 @H3-33 

GPP-PNNL TRENT Water 
@2008 @H3-33 

GPP-PNNL TRENT Water 
@GPP6010 

GPP-PNNL TRENT Water 
@GPP601,0 @IC-30 @TC99-30 

GPP-PNNL TRENT Water 
@GPP6010 

GPP-PNNL TRENT Water 
@GPP6010 @IC-30 @TC99-30 

Test Acronym Description 

Description 

ICP-200.8 MS All possible meta 
ICP Metals Analysis, Grd H20 p · 
Tritium by Liq Set column prep 
Anions by Ion Chromatography 
TC99 by Liquid Sein. 
VOA Ground Water Protection 
Total Alkalinity as mg/L CaCO3 

- 1 -

@VOA-GPP 

@VOA-'-GPP 

Sample 
Date 

07/09/0f 

07/09/0f 

07/09/0f 

07/09/0f 

07/09/0f 

07/09/0f 

07/09/0f 

07/09/0E 
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FLUOR HANFORD 
CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST W0S-007-94 

Page l of ! 

CollrctorAM Arnold Conucl/Rroucster Teleobont No. MSIN FAX 
<'•••••T- .,t , nn. 1'71.•• • n 

SAF No. Samollne Oritio Purcbu t Ordrr/Chal"l!t Codt 
U/O!l. 011'7 u • • , . ... <' :, . 

Proirct Ti tlt 
../i-lul:-- - A/ - ~, -/;L Ice Chrs t Nf! RI' --OZ -"/e/ Trmo . 

DrD A 1111 V ,flfl O 

SLI • T. " - • ' Method of Shiomrnt Bill of Ladinl!/Air Bill No. 
In'--•- ~ --- - •: •• -g.;:;.::: r. n v l VaL:. 1-

Protocol ·~cg /.}93 Priority: 30 Days PRIORITY Omitr Proorrtv No. 
Dl'DA 

POSSIBLE SAMPLE HAZARDS/REMA RKS SPECIAL INSTRUCTIONS Hold Time To1al Activitv Exemotion: Yes~ No L .. •• Coolains Radioaclive Material at concentrations thal are nol regulaled for 1ranspona1ion per 49 CFR but are nol Site-Wide Generator Knowledge Information Form applies . 
releasable per DOE Order 5400.S ( 1990/1 993) 

I I 

Sample No. Lab ID • Date Time No/Type Container Sample Analysis Preservative i 
8 1W2 H7 W v ' (A1YJy61- w '1-'i-eB ['~[1 1x250-m L GIP 2320 ALKALINI TY: Alka linity (1) Cool~4C 

- - -• 
,. 

I ~ -, i ... , 
-

,J 
(/ 

Rel inquished By 

~ /()1,Ab)' 
Date/Time Received By p,int 

X- !l'I Date/fime Matrix • 
RM.Amold JUL 0 Y 2008 jS~ J V L-hvr~~: Jc ,_ JUL O 9 2008 i .5,.r ll D ~- s ~ Soil ns ~ 0 mm Snlirl 

Relinquished By - -v Dalerrime Received ByL.-./ u u Date/fime SF. = ·"erliment rn . - n mmT .i m,i 
so = Sol id T = T i ,"i~ IIC 

SI. ~ Sl11doe WI = Wine 
w = Waier I. = '-i'"1irl 

Relinquished By Datefrime Received By Dateffime 0 = Oil V = Vevet~tin11 
A = Air X = Other 

q, 
Rcl'mquished By 
0 

Date/Time Received By Oatc/fime 

.... 
qf.

1
AL SAM PU: r Disposal Melhod (e .g., Retum lo customer. per lab procedure, used in process) Disposed By DalerTimc 

ISPOSITION 



FLUOR HANFORD 
CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST W0S-007-95 

Page ! of l 
CollertoAM Arnold Contact/Rrqunt,r Ttlt pbont No. MSIN FAX 

~ •- · ·- T r - n t cnn.n1.co.c n 

SAF No. S1mPlin2 Orie in Purch ase Ordrr/Cbare, Cock u,no.nn7 ., __ , _ _ ~ s,;,_ 

Proieel Ti ll, 
/..h'J/F- N - 5~1' .. /.2-

Ice Chui No. T rmp. 
o r o A 11 11v,nno 

sL• ---~ Tn" 
_, 

Method of Shipmrnl Bill or L1din2/ Air Bill No. . .., ___ _ "·--"-- .. -· r:n.,, v~h;r1- -Protocol Offsitt Proprrty No. -
Dr'D A Priority: 30 Days PRIORITY 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Tota l Act ivitv Exemption: Yes~ No L .. " Contains Radioactive Material at concentrations that arc not regulated for transportation per 49 CFR but arc not 
releasable per DOE Order 5400.5 (1990/1993) 

Site-Wide Generator Knowledge Information Form applies . 

Sample No. Lab ID • Date Time No/Type Container Sample Analysis I Preservalive ' 
B1W2H8 Lv, l,cte;:)Jm w .-. -,-,,vu CR'J~ 1x250-ml GIP 2320_ALKALI NITY : Alkalinity (1) Cool~4C 

·""' - :-iii .. 
I - I ~._,_, - -..11' 

,.., 
..,.v 

Relinquished By ~ 'a, o~~ o attf 2ooa vi Received By ~ t,ign JUL o~·~~~u~ 
Matrix• 

RMAmold JUL V,L~,_. • ,. s ~ Soil ns = 0mmSnlirl 
Relinquished By Date/Time Received Bf _ _ ./ - L...../"'l,./ Datc/ fimc Sf' = Setfimr:nl rn . = 0 mm f.irn1 i 

so = Snlirl T = Ti,.__,..ue 
SI . = Sl11rl"" WI • Wine 
w = WMtr I. = 1.irmicf 

Relinquished By Date/Time Received By Date/rime () = flil V = Veeet:11inn 
A = Air X - flt her 

0, 

lrclinquishcd By 
0 

Date/Time Received By Date/rime 
..., 
<lf,NAL SAMPLE I Disposal Method (e.g .• Re1um to customer. per lab procedtic. used in process) Disposed By Date/Time 

ISPOSITION 



FLUOR HANFORD 
CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST A0S-007-5 

Page l of l 

Collrtl1fa,A.....w Contact/Rrountr r Tdroboor No. MSIN FAX 
S tf'VP TrPnl cno.1 71 _co.:n 

SAF No. Samoline Oriein Purcbur Order/Charu Codr 
An0.0 0 '7 u .n,nr,I ~; •• 

Prolrct T lllr H l,,J F--IV--QJ , - /-;l.._ lcr C brsl 1t~ A.:l. _ ({t, I Trmo. 
1 1\1/U• ' ,l\ . DA 11 11 y , nno 

8 .. , . .. ~ T-,. . U 

Mrt• od ofSbiomrnt Bill of La dine/Air Bill No. 
... , •••• ~- - -"-- g , ,.. .. r.n vl '1.1. ;~1° 

Protocol 
Priority: 30 Days PRIORITY OITsilr Proorr tv No. ,... ..... 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activitv Exemption: Yes ~ No L .. •• Contains Radioactive Material al concentrations that arc not regulated for transportatio11 per 49 CFR but are not 
releasable per DOE Order 5400.S (1990/1993) 

200 Area Generator Knowledge lnfonnation Fonn applies. 

Sample No. Lab ID • Date Time Noffype Container Sample Analysis I Preservative 

B1W1F2 i,v' bfbt> Jyo• w I., -'f-ofj NJ 1x500-ml GIP 200.8 METALS ICPMS: Uranium (1) HNO3to pH <2 

81W1F2 w J,, JI✓ 1x250-ml G TRITIUM EIE LSC: Trit ium (1) None 

J~ !lflla l""lla. 
I - ... I ..., -- ~, 

--
- V 

Relinquished By 

~a._Jj/ Date/Time / 5 ' i,)) Rcv.d By /4 -~int 
~ i : JJl n g ;~;im~ -~c)c, 

Matrix • 
RMArnold JUL O 9 200B ._-h,,., / , /l·f ~ . s .. Soil ns - 0mm Snlirl 

Relinquished By .... 
Dare/Time Received By V v-✓✓ Datc/l"ime SF. ~ Setfim~ri, m. - nrnm l.inui 

so = Snlin T = Tic~, ie 
SI . = Sli u-1Pr. WI = W ine 
w = w~tt:r I. = l .in11 frt 

Relinquished By Date/Time Received By Date/Time 0 = Oil V ~ Vel'efafinn 
A = Air X = Other 

U1 
'Mlinquished By Date/Time Received By Date/Time 
0 
""" UIINAL SAMPLE l Disposal Method (e.g., Return to customer, per lab procedure, used in process) Disposed By Datc/fime 
U\>1s POSITION 



FLUOR HANFORD 
CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST A0S-007-6 

Page 1 of l 
Colltctor AMAmotr CoDtatt/Rtauut,r Telephone No. MSIN FAX 

<:, • .,. Tr,nt ,nn.171_co~n 

SA F No. Samplioe Oriein Pare hu e Ordtr/Chare, Code 
,no Jln7 u . Mr • • ,1 c:,. 

Proitct Till, 
#IVF -11/-~ --12--- lc, Chu t N2:Dff.-m ~/ Temp. 

Ir \l/MA/,1\. D A 11 11 y ,nno 

SL' . -r." . Method of Shipment Bill of Ladine/Air Bill No. ™· . -~- . I>.,~ r.n ut u . 1. :.1. 

Protocol 
Priority; 30 Days PRIORITY OITsitt Pro11t r1Y No. 

nt~ • • 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Aclivitv Exemolion: YesM No L .. •• Contains Radioactive Material at concenlralions that are not regulaled for transportalion per 49 CFR but are not 200 Area Generator Knowledge Information Form applies. 
re leasable per DOE Order 5400.5 (1990/ 1993) 

Sample No. Lab ID • Date Time No/Type Container Sample Analysis Preservative 

B1W1F3 1. 1 : !fbi)'h~ w ?.Ii~ Cf:3'30 1x500-m L G/P 200.B METALS_ ICPMS: Uranium (1) HNO3lo pH <2 

B1W1F3 w J, J 1x250-mL G TRITI UM EIE LSC: Tritium (1) None 
-., 

~~ - ~ tl -- I 
~~ -- i...,• 

/7 
II '/ 

Relinquished By ~'fA t,I tP D;egim;h~~~ Received By ,4 :~~V JUL Batt2oad✓ \ J ~ Matrix• 

JUL ;/, l ,n,r RMAmold s ; Sni l ns = T>rum Snlitl 

Relinquished By \( - -., \__, Date/Time Received By n - Date/rime SF. ""' Serlimr.nr rn . ; Orum t.inui 
so ; Snlirl T ; Ti~~•.e 
SI. ~ Sl11rlee WI - Wine 
w - WiltCT I. ,.. 1.ionirl 

Relinquished By Dateffimc Received By Da1effime 0 ~ Oil V ~ Veeel;:1tinn 

A ~ Air X ; Other 

(II 

I ~linguished By Date/rime Received By Datcffime 
0 
-to\ 

gftNAL SAM PU : I Disposal Method (e .g., Reh,m to cuslomer. per lab procedure, used in process) Disposed By Date/Time 

DISPOSITION 



FLUOR HANFORD 
CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST 108-049-2 

Page l of l 
CollectoflM Amold Contact/Reouester Telephone No. MSIN FAX 

"••u• TrPnl c nr._171_co£n 

SAF No. Sampllae Ori2in Parchue Order/Chr2e Code 
tr.o_nA o u. n rn.,I <, ;,. 

Proird TIiie 
tti./ IF- JV - S-vG - /,z__, Ice Chut No"£/)(' ~O l - 1/,i/ Te111p. 

1 7 0 1 11 11 V ~Mo 

sLL .. J T n lf .L , Method of Shioment Bill of L1din2/Air Bill No. 
1,., __ ,_ "--- " -- R, t ' r.nv• VPh ;~•• 

Protocol 
Priority: 30 Days PRIORITY Offsi te Proprrtv No. 

rc or r A 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activitv Exemotion: Yes ~ No L .. " Contains Radioactive Material at concentrations that a,e not regulau:d for transportation per 49 CFR but are not 200 Area Generator Knowledge lnfonnation Fenn applies. 
releasable per DOE Order 5400.5 (1990/1 993) 

I ! 
Sample No. La b ID • Date Time No/Type Conta iner Sample Ana lysis Preservative ! 

B1W387 (F) i.. J"c :lCP...-:J'fGL w ?4~ r~ 7 1x500-ml GIP 6010 METALS ICP: List-3 (18) HNO3 to pH <2 

B1W388 JI./Dl w 
~ 

4x40-ml aGs" 8260 VOA GCMS: Lis t-2 (25) HCI or H2SO4 to pH <2 Cool~4C 

B1W388 w 1x500-ml G/P 6010_METALS ICP: List-3 (18) HNO3topH <2 

B1W388 w 1x500-ml P 300.0_ANIONS IC: List-1 (5) Coo1~4C 

B1W388 w ..... V ~ ii 1x1000-ml GIP TC99 3MDSK_LSC: Tc-99 (1) HCI to pH <2 

-
~ ' ~~ 

' • -- I - - -

/7 
{/ 

Relinquished By 
Pr~(g 

1 

SignoJ 
Date/Time/ S•-~ Received By ~ ~ ?\JUL . 0 9 DZOOB1.$_ \~ 

Matrix• 

AMMdl .1111 n 9 1AAA 1/(... h.,,:.. j // (,- ,! s ,<;ni l ns nmm Snlin = = 
Relinquished By Dateffime Received By i__/ L../ ,;,_,/ Daleffi mc SF. = Sc'1imenl rn . "" nmm l .inui 

so = Snlin T = Ti . .;,me 
Sl. = Shllloe WI = W ine 
w = WS1ter I. ~ l .in11 it1 

Relinquished lly Daterrime Received By Dateff ime 0 = Oil V - Vf'f'et;1hnn 

" = Air X = Orher 
(J1 

l@llnquished By Dareffime Received By Date/Time 
0 
'""' 
CIINAL SAMPLE I Disposal Method (e.g., Return to customer, per lab procedure, used in process) Disposed By Datcffimc 
Ob1spos1T10N 



FLUOR HANFORD 
CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST 108-049-3 

SAF No. 
1n1_nAo 

Project Title 
17D1 II 11 V 1N\O 

Contart/RtQUt!ltr 
<:, • .,. T=nt 

S1mplin2 Oriein 
Uon~n,,I c-;,_ 

s ·,··111,11£,l~ll,,&,g,T -,l,j'"1.1·11·'-u..,' _________________ '""""'Mdhod of Shiomtnl 
. ... _ _ ,_ ~---"~- g_ - · r.n,~ v~1.;r1. 

Prototol 
l"'CDl"'T A 

Page ! of l 

Ttltphonc No, MSIN FAX 
cnn_l'7l.<DLn 

Purchase OrderlCharee Code 

Bill of Ladine/Air Bill No . 

Priority: 30 Days PRIORITY Offsile Propertv No. 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activitv Exemotion: Yes~ No L 
•• " Contains Radioacrive Marerial at concenlratioos that are not regulated for 1ranspor1a1ion per 49 CFR bu1 are no1 

releasable per DOE Order 5400.5 (1990/1993) 
200 Area Generator Knowledge lnformarion Form applies. 

Sample No. Lab ID • Date Time No/Type Container Sample Analysis 

B1W389 (F) f,V, ,(f'D°J]'{()~ w l1J/-{f() ~3() 1x500-mL GIP 6010 METALS ICP: List-3 (18) 

B1W390 3'{~ w I I 4x40-mL aGs• 8260 VOA GCMS: Lisl-2 (25) 

B1W390 w 1x500-mL GIP 6010 METALS ICP: List-3 (18) 

B1W390 w 1x500-mL P 300.0 ANIONS IC: List-1 (5) 

B1W390 w ~v I,) 1x1000-mL GIP TC99 3MDSK_LSC: Tc-99 (1) 
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) 

Relinquished By 

RMAmold 
Dateffime Received By ~I 

JUL O 9 2008 p .'v:: 1/, nv/··J<,Lf?'S 
Relinquished By .... v Dateffime Received By '.-/ ~ Daterrimc 

Relinquished By Dateffimc Received By 

, .. 
'"nquishcd By Dateffime Received By 

Q_ 
(ftNAL SAMPLE I Disposal Method (e.g., Return to customer, per lab procedure, used in process) 

ODISPOSITION 

Datefrime 

Datcfrimc 

Disposed By 

I Preservative 
; 
' 

HNOJ to pH <2 

HCI or H2SO4 to pH <2 Cool-4C 

HNOJ to pH <2 

Cool-4C 

HCI to pH <2 

~r ' I 

s 
SF 
so 
SI. 
w 
0 
A 

= 
.. 

~ 

= 

= 
= 

= 

~ i ' -

Matrix• 

Soil OS = Orum Snlict 
Secfiment rn . - On,m l .inui 
Snlirl T = Ti~ir.11e 
Sh11foe WI = Wine 
Ws.rer I. = J.in11ici 
Oil V = Veeet.:1tion 
Air X - Other 

Datefrimc 


