
WSCF Laboratory 

PO Box 650 S3-30 

Richland, WA 99352 

August 31, 2011 

Michael Neely 
CH2M-HILL PRC 
PO Box 1600 
Richland, WA 99352 

Dear Michael Neely, 

RECEIVED AUGUST 31 , 2011 

REVISED103226 - 525381 [Report ID: 103226] 

Reference: (1) SOW, Mod 2, #36587, Release 3 

0100310 
REVISION 2 

(2) HNF-SD-CD-QAPP-017, current version, Waste Sampling & Characterization Facility Quality 
Assurance Plan 

This letter contains the following information for sample delivery group WSCF103226 

* Cover Sheet (Attachment 1) 

* Narrative (Attachment 2) 

* Analytical Results (Attachment 3) 

* Sample Receipt Information (Attachment 4) 

Very truly yours, 

Electronically signed by Joseph Hale 

For Lab Manager 

WSCF Analytical Lab 

(509) 373-7495 
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WSCF SAF Number Cross Reference 

Group# WSCF103226 
Data Deliverable Date 01/04/11 

SAF# Sample ID Sample# 

X11-005 B28JV6 103226001 

X11-005 B28JV7 103226002 

X11-005 B27WV4 103226003 

X11-005 B27WT6 103226004 

X11-005 B27WV5 103226005 

X11-005 B27WT7 103226006 
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Matrix Sampled 

WATER 12/05/10 

WATER 12/05/10 

WATER 12/05/10 

WATER 12/05/10 

WATER 12/05/10 

WATER 12/05/10 

Received 

12/05/10 

12/05/10 

12/05/10 

12/05/10 

12/05/10 

12/05/10 
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Narrative -----------------------------------

A11achment 2 
Narrnlivr Rcv2 

WSCF10322G 

Re, ision 2 Rrpor1: Corrects thr nags for sample B27WVS 6010 results. Case Narralire 
Replaces the Prior Submittal in its Entirety. 

Revision I Report: RDR l 10801 WSCF-R7278 Correction - Case Nnrrative Replaces the 
Prior Submittal in its 'Entirety 

Introduction 

Six (6) groundwater samples were received at the WSCF Laboratory on December 5, 20 10. Tbe 
samples were analyzed for the analytes ind icated on the attached copy of the chain or custody 
{COC) fonn in accordance with the Statement ,!f' Work (SOW), Mod!ficatirm No. 2 to Agreement 
36587. Releme 3, ''FH IVSCFANAI.Y'f7C.AI. SEUVIC /i'S FOR GROUNDJVATFI? . . , 

The narrative (Attachment 2) will addrcs · snmplc ehnractcri tics, nnalysc requested and general 
infom,ation in performance or the analytical methods. Additionally, a copy or the completed 
RDR #- l 10801WS F-R727S is included with this case nntTative. A Data Summary Report 
(Artachmcnt 3) includes analy1icaJ results, a comment report derniling method abnormalit ies, 
tentatively idcnt.ilied peaks if applicable, method references, and Laboratory Q information as 
applicable. Copies of the chain of custody nnd sample receipt docurnenta! ion are included as 
Attachment 4. 

l t should be noted that the attached chain or custody was not stamped "I CED" by the WSCF 
Laboratory Sample Custodian during sample receiving. However, based on procedure LO-090-
40 form "NOTICE OF IMPROPER SAMPLE SUBMITTAL. wns not submitted nnd was not 
stamped ''NOT ICED'. No anomaly was noted during sample receipt. 

·n1c following generic datn qualifiers (i.e .• B, D, U and J) may be applicable to thi report , a 
approprinte 

• 8 - Sample results with a concentration greater thon the MDL but less than the PQL arc 8 
nagged (applies to inorganic and wet chemical analyses), as appropriate. 

• D - Sample results are D flagged if dilution(s) were required, as appropriate. 

• J - Sample results with a concentration greater than tl1e MDL but less than the PQL arc J 
nagged (applies to organic analyses). as appropriat . 

• U - Analyzed for but not detected above limiting c.riteria. Relative Percent Difference 
(RPD) values associated with an a.nalytc qualified with a "U'' arc not applicable. 

Analvtical Methodolo!?V for Requested Analvses 

Rcrcr to WSCF Method References Report for a cornplcic listing of approved ana lyl'ieal methods. 
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Narrative -------------------------------------

Inorganic Con11 ncnts 

Attachrncm 2 
NarratiYc Rev2 

WSCF103226 

Anious - Hold time requirements for this analysis were met. A Duplicate, Matrix Spike, Matrix 
Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group. 
Analyticnl Notc(s): 

• Botch QC 170738 analyzed on S.'.lmplc' B28K67 (10322 '008) 

• Batch QC 170739 ana lyzed on sample# 8 28JV6 (I 03226001) 

All applicable QC controls are within the established limits. 

lCP-AES :VJetals - The hold time requirements for this analysis\ ere met. A Matri,x Spike, 
Matrix Spike Duplicate, Blank aud Laboratory Control Sample were analyzed with this delivery 
group. Arutlytjcal Note(s): 

• Batch QC 170722 analyzed on sample# B281Kl (103215015) 

o Cobalt and Sodium - Detected in the Blank and evaluated. No sample rcsul!s in this 
batch were afTeetcd. "C" Flags not required. 

o Calcium, lagnc ium and Silicon - Exceeded piking levels by u factor of 4. Spike 
recoveries and associated RPDs arc not v11lid. 

• B:.1tch QC 170723 analyzed on sample# B27WT7 (] 03226006) 

o Thallium and Silver - Matrix Spike and/or Matrix Spike Duplicate recoveries arc 
out ide e tabli hed lnboratory limits. Affected sample re ults in thi batch were "N" 
nnggcd. 

o Porn sium, Silicon Calcium, Magnesium and Sodium - Exceeded spiking levels by a 
factor of 4. Spike recoveries and associated RPDs are not valid. 

All other applicable QC controls are within the established limits. 

JCP-MS Metals - The hold time requirements for this analysis were met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this deli cry 
group. Analytical Notc(s): 

• Batch QC 171243 analyzed on sample# B28YW3 ( 10319900!) 

All applicable QC controls arc wi thin the established limits. 

Total Alka linity - The hold time requirement for this analysis was met. A Duplicate and 
Laboratory Control Sample were analyzed with this delivery group . Analytical otc(s): 

• Batch QC 170878 analyzed on sample# B29L80 ( I 03 189004) 

2 
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Narrative -----------------------------------

All applicable QC controls arc within the established limits. 

Organic Comments 

Attachment 2 
arratin- Rcv2 
WSCFI03226 

TPHD-WA - The hold lime requirement for this anal. sis were met. A Matrix Spike, Matrix 
Spike Duplicate, Blank and Laboratory Contro l Sample were analyzed with thi del ivery group. 
Analytical Not (s): 

• Batch QC 170835 analyzed on sample# B28 I C8(103218016) 

All applicable QC controls arc within the established limits. 

Radiochemistrv Comments 

Rad Chem - The hold time requirement for this analysis was met. A Duplicate, Matrix Spike 
(Matr i,x Spikes apply only to Technetium & Tritium), Blank and Lnboratory Control Sample 
were analyzed with this delivery group. Analytica l No te(s): 

• Tracers arc used to determine chemical yield. RPD is monitored in sample duplicate and 
is not required for tracer recovery per SOW. 

• Technelium-99: 

o Batch QC 170947 analyrcd on sample# B282L4 ( 103218014) 

All applicable QC controls arc within the established limits. 

• Tritium: 

o Bntch QC 170958 analyzed on sample# 8282F0 (1032 15010) 

All applicable QC controls arc within the established limits. 

• Gross Alpha / Gro s Beta : 

o Batch QC 170763 analy:,:cd on sample# 8281C8 (103218016) 

• Gross Alpha - Duplicutc Relative Percent Diffcrencc(s) (RPD) did not meet the 
established laboratory limits. Duplicate Relative Pcrccn1 Difference (RPD docs not 
apply to result l>clo, 5X the minimum detectable activity. No flags issued . 

All other app licable QC comrols arc within the established limits. 

• Am1;ricium-241: 

o Batch QC 170694 analyzed on samp le# 827Xl6 (103 161003) 

All applicable QC control· arc within the c, tablished limits. 
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Narrative-----------------------------------

• Stroniium-89/90: 

o Batch QC 1707 11 analy;,edonsamplc# 828 L4(1032 I80I4) 

All applicable QC controls arc within the established limits. 

Atlachmcm 2 
Narrative Rev2 

WSCFI03226 

We certify lhat 1his data package is in compliance with the SOW, bolh tcchnicaUy and for 
complctc.ness, for other than 1he conditions detailed above. Release of the d:11:i contained in this 
data package has been au1horiL<.cd by the Analytica l Laboratory Manager (or dcsigncc) and the 
Client Services representat ive as verified by electronic signatures shown ou the WSCF 
ANALYTlCAL RESULTS REPORT. 
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Narrative-----------------------------------

Attachment 2 
Nan-ati,,e Rev2 

WSCF103226 

Order Number: 110801WSCF-R7278 
Waste Sampling & Characterization 
600 AREA Hanford, MSIN S3-28 
Richland , WA 99352 

Sample Delivery Group: WSCF103226 

Sample(s): 

Method Name: 6010_METALS_ICP 

Sample#: B27WV5 Sample Date: 12/5/10 8:45 am SAF # : X11-005 
lab Sample ID RDR Action Start Date Constituent Action TAT (Hardcopy/EDD) 
103226005 8/1/2011 2:50 pm Magnesium RECHECK 15 Days/ 15 Days 

Special Instructions: Results off by order of magnitude. SLF 8/1/2011 

103226005 8/1/2011 2 :50 pm Iron RECHECK 15 Days/ 15 Days 
Special Instructions: Results off by order of magnitude. SLF 8/1/2011 

103226005 8/1/2011 2:50 pm Potassium RECHECK 15 Days/ 15 Days 
Special Instructions: Results off by order of magnitude. SLF 8/1/2011 

103226005 8/1/2011 2:50 pm Sodium RECHECK 15 Days/ 15 Days 
Special Instructions: Results off by order of magnitude. SLF 8/1/2011 

WSCF Response: The chemist reviewed the data. The dilution factor is incorrect; it should be 1 not 10. A 
revised report and EDD will be submitted. 

5 

REVISED103226 -

August 31, 2011 12:08:51 Page 9 of 81 

RDR 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



August 31, 2011 12:08:51 

ATTACHMENT 3 

ANALYTICAL RESULTS 

Consisting of 65 pages 
Including cover page 

REVISED103226 • 

Page 10 of 81 

RDR 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



WSCF ANALYTICAL RESULTS REPORT 

Contract# 

Group# 

Report Date 

MOA-FH-CHPRC-2008 

WSCF103226 

August 31 , 2011 

Analytical : Electronically signed by Joseph Hale 

Client Services: Electronically signed by Heather Medley 

For 

CH2M Hill Plateau Remediation 

PO Box 1600 
Richland , WA 99352 

Attention: Michael Neely 

Solid samples results that have a 'Percent Solid' test are reported on a "dry weight basis", except results of TCLP, Percent Solid, and Total 
Activity. If no 'Percent Solid' test is reported then the results are reported on an "as received" basis. 

This information is intended for the use of the addressee only. If the reader of this report is not the intended recipient or is not authorized by the recipient to receive the report , you are hereby noti fied 
that any dissemination , distribution or copying of this report is strictly prohibited. If yo·u have received this report in error, please notify WSCF Laboratory immediately by telephone at (509) 373-7020 or 
(509) 531-8004. Information designation of this report is the responsibility of the customer. 
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Batch QC List 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

QC Batch Analytical 5# Type Sample# Client Sample# Original Test 
Batch 

170722 172576 BLANK 43347 BLANK ICP-6010 -All possible metals 

170722 172576 2 LCS 43348 LCS ICP-6010 -All possible metals 

170722 172576 3 MS 43349 B281 K1(103215015MS) 103215015 ICP-6010 -All possible metals 

170722 172576 4 MSD 43350 B281K1(103215015MSD) 103215015 ICP-6010 -All possible metals 

170722 172576 22 SAMPLE 103226003 B27Wv4 ICP-6010 -All poss ible metals 

170722 172576 23 SAMPLE 103226004 B27WT6 ICP-6010 -All possible metals 

170722 172576 24 SAMPLE 103226005 B27Wv5 ICP-6010 -All possible metals 

170723 172523 BLANK 43351 BLANK ICP-6010 -All possible metals 

170723 172523 2 LCS 43352 LCS ICP-6010 -All possible metals 

170723 172523 3 MS 43353 B27WT7(103226006MS) 103226006 ICP-6010 -All poss ible metals 

170723 172523 4 MSD 43354 B27WT7(103226006MSD 103226006 ICP-6010 - All possible metals 

170723 172523 5 SAMPLE 103226006 B27WT7 ICP-601 0 -All possible metals 

170738 170738 2 BLANK 43371 BLANK Anions by Ion Chromatography (Water) 

170738 170738 3 LCS 43372 LCS Anions by Ion Chromatography (Water) 

170738 170738 4 DUP 43373 B28K67(103228008DUP) 103228008 Anions by Ion Chromatography (Water) 

170738 170738 5 MS 43374 B28K67(103228008MS) 103228008 Anions by Ion Chromatography (Water) 

170738 170738 6 MSD 43375 B28K67(103228008MSD) 103228008 Anions by Ion Chromatography (Water) 

170738 170738 10 SAMPLE 103226002 B28JV7 Anions by Ion Chromatography (Water) 

170739 170739 2 BLANK 43378 BLANK Anions by Ion Chromatography (Water) 

170739 170739 3 LCS 43379 LCS Anions by Ion Chromatography (Water) 

170739 170739 4 DUP 43380 B28JV6(103226001 DUP) 103226001 Anions by Ion Chromatography (Water) 

170739 170739 5 MS 43381 B28JV6(103226001 MS) 103226001 Anions by Ion Chromatography (Water) 

170739 170739 6 MSD 43382 B28JV6(103226001 MSD) 103226001 Anions by Ion Chromatography (Water) 
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Batch QC List 

Attention Michael Neely 
Department Inorganic 

QC Batch Analytical S# Type 
Batch 

170739 170739 8 SAMPLE 

171243 171244 2 BLANK 

171243 171244 3 LCS 

171243 171244 4 MS 

171243 171244 5 MSD 

171243 171244 21 SAMPLE 

171243 171244 22 SAMPLE 

171243 171244 24 SAMPLE 

171243 171244 25 SAMPLE 

August 31 , 201112:08 :52 

Group# 

Sample# Client Sample# Original 

103226001 B28JV6 

43969 BLANK 

43970 LCS 

43971 B28YW3( 103199001 MS) 103199001 

43972 B28YW3(103199001 MSD 103199001 

103226003 B27WV4 

103226004 B27WT6 

103226005 B27WV5 

103226006 B27WT7 

REVISED103226 -
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WSCF103226 

Test 

Anions by Ion Chromatography (Water) 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 
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Batch QC List 

Attention Michael Neely 
Department Organic, Semivolatiles 

QC Batch Analytical S# Type 
Batch 

170835 171055 1 BLANK 

170835 171055 2 LCS 

170835 171055 3 MS 

170835 171055 4 MSD 

170835 171055 9 SAMPLE 

170835 171055 10 SAMPLE 

August 31, 2011 12:08:52 

Group# 

Sample# Client Sample# Original 

43477 BLANK 

43478 LCS 

43479 8281C8(103218016MS) 103218016 

43480 B281C8(103218016MSD) 103218016 

103226005 B27WV5 

103226006 827WT7 

REVISED103226 • 
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WSCF 103226 

Test . 
Extractable Diesel and Petroleum 

Extractable Diesel and Petroleum 

Extractable Diesel and Petroleum 

Extractable Diesel and Petroleum 

Extractable Diesel and Petroleum 

Extractable Diesel and Petroleum 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



Batch QC List 

Attention Michael Neely 
Group# WSCF103226 

Department Radiochemistry 

QC Batch Analytical 5# Type Sample# Client Sample# Original Test 
Batch 

170694 172528 1 BLANK 43257 BLANK Americium/Curium (AEA) 

170694 172528 2 LCS 43258 LCS Americium/Curium (AEA) 

170694 172528 4 DUP 43259 B27X16(103161003DUP) 103161003 Americium/Curium (AEA) 

170694 172528 6 SAMPLE 103226005 B27WV5 Americium/Curium (AEA) 

170694 172528 7 SAMPLE 103226006 B27WT7 Americium/Curium (AEA) 

170711 172585 1 BLANK 43320 BLANK Strontium 89/90 (GPC/GEA) 

170711 172585 2 LCS 43321 LCS Strontium 89/90 (GPC/GEA) 

170711 172585 3 DUP 43322 B282L4(103218014DUP) 103218014 Strontium 89/90 (GPC/GEA) 

170711 172585 8 SAMPLE 103226005 B27WV5 Strontium 89/90 (GPC/GEA) 

170711 172585 9 SAMPLE 103226006 B27WT7 Strontium 89/90 (GPC/GEA) 

170763 170919 1 BLANK 43460 BLANK Gross Alpha/Gross Beta 

170763 170919 2 LCS 43461 LCS Gross Alpha/Gross Beta 

170763 170919 5 DUP 43462 B281C8(103218016DUP) 103218016 Gross Alpha/Gross Beta 

170763 170919 10 SAMPLE 103226005 B27WV5 Gross Alpha/Gross Beta 

170763 170919 11 SAMPLE 103226005 B27WV5 Gross Alpha/Gross Beta 

170763 170919 12 SAMPLE 103226006 B27WT7 Gross Alpha/Gross Beta 

170763 170919 13 SAMPLE 103226006 B27WT7 Gross Alpha/Gross Beta 

170947 171074 1 BLANK 43819 BLANK TC99 by Liquid Scintillation 

170947 171074 2 LCS 43820 LCS TC99 by Liquid Scintillation 

170947 171074 4 DUP 43821 B282L4(103218014DUP) 103218014 TC99 by Liquid Scintillation 

170947 171074 5 MS 43822 B282L4(103218014MS) 103218014 TC99 by Liqu id Scintillation 

170947 171074 7 SAMPLE 103226005 B27WV5 TC99 by Liquid Scintillation 

170947 171074 8 SAMPLE 103226006 B27WT7 TC99 by Liquid Scintillation 
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Batch QC List 

Attention Michael Neely 
Department Radiochemistry 

QC Batch Analytical 5# Type 
Batch 

170958 171072 1 BLANK 

170958 171072 2 LCS 

170958 171072 4 DUP 

170958 171072 5 MS 

170958 171072 17 SAMPLE 

170958 171072 18 SAMPLE 

August 31, 201112:08 :52 

Sample# Client Sample# 

43860 BLANK 

43861 LCS 

43862 B282F0(10321501 ODUP) 

43863 B282F0(10321501 OMS) 

103226005 B27WV5 

103226006 B27WT7 
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Group# 

Original 

103215010 

103215010 

WSCF103226 

Test 

Tritium by LSC 

Tritium by LSC 

Tritium by LSC 

Tritium by LSC 

Tritium by LSC 

Tritium by LSC 
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Batch QC List 

Attention Michael Neely 
Department Wet Chemistry 

QC Batch Analytical 5# Type 
Batch 

170878 170878 2 DUP 

170878 170878 13 LCS 

170878 170878 16 SAMPLE 

170878 170878 17 SAMPLE 

August 31, 2011 12:08 :52 

Sample# 

43650 

43651 

103226005 

103226006 

Group# 

Client Sample# Original 

829L80(103189004DUP) 103189004 

LCS 

B271/N5 

B27WT7 
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Test 

Total Alkalinity as mg/L CaCO3 (Water) 

Total Alkalinity as mg/L CaCO3 (Water) 

Total Alkalinity as mg/L CaCO3 (Water) 

Total Alkalinity as mg/L CaCO3 (Water) 
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Method Reference 

Attention 
Department 

Michael Neely 
Inorganic 

Group# WSCF103226 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience , this table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method. 

LA-505-411 

LA-505-412 

LA-533-410 

Elemental Analysis by ICP Atomic Emission Spectroscopy (ICP AES) 

EPA SW-846 6010C Inductively Coupled Plasma-Atomic 

Emmision Spectrometry 

HEIS Inductively Coupled Plasma-Atomic 

Emmision Spectrometry 

Determination of Trace Elements in Waters & Wastes by ICP-Mass Spectrometry 

6010_METALS_ICP 

EPA-600/R-94-111 200.8 Determination ofTrace Elements in 

HEIS 200.B_METALS_ICPMS 

Anion Analysis by Ion Chromatography 

EPA-600/R-94-111 300.0 

HEIS 300.0_ANIONS_IC 

Waters and Waste by Inductively Coupled Plasma 

Determination of Trace Elements in 

Waters and Waste by Inductively Coupled Plasma, Mass Spec. 

Determination of Inorganic Anions by 

Ion Chromatography 

Determination of Inorganic Anions by 

Ion Chromatography 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-D0Uindex.cfm 
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Method Reference 

Attention 
Department 

Michael Neely 
Organic, Semivolatiles 

Group# WSCF103226 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience , this table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method. 

LA-523-493 NWTPH-Dx, Extractible Diesel and Petroleum Productions Analys is in Soil and Water 

WDOE WDOE Total Petroleum Hydrocarbons in Diesel 

HEIS WTPH_DIESEL TPH Diesel 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-DOUindex.cfm 
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Method Reference 

Attention 
Department 

Michael Neely 
Radiochemistry 

Group# WSCF103226 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience , this table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method . 

LA-220-406 

LA-508-471 

LA-508-421 

LA-508-415 

Strontium-89 and 90 in Aqueous Samples by SR-SPEC Separation 

HEIS SRTOT_SEP _PRECIP _GPC Strontium 89/90, by Sr-Spec Sep. 

Determination Of Uranium, Plutonium, And Americium 

HEIS AMCMISO_IE_PREC_AEA Americium/Curium lso, Alpha Spec 

Operation of the Tri-Carb Model 2500TR Liquid Scintillation Analyzer 

HEIS ALPHA_LSC A/B Liquid Scintillation 

HEIS 

HEIS 

HEIS 

BETA_LSC 

TC99_3MDSK_LSC 

TRITIUM_EIE_LSC 

A/B Liquid Scintillation 

TC99 by Liquid Scintillation 

Tritium, by Eichrome ion exchange, LSC 

Operation Of The Protean 2-lnch Alpha/Beta Counting System For Gross Alpha/ Beta Samples 

HEIS ALPHA_GPC Gross Alpha by GPC 

HEIS 

HEIS 

BETA_GPC 

SRTOT SEP _PRECIP _GPC 

Gross Beta by GPC 

Strontium beta isotopic, GPC 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-D0Uindex.cfm 
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Method Reference 

Attention 
Department 

Michael Neely 
Wet Chemistry 

Group# WSCF103226 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience , this table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method. 

LA-531-411 Alkalinity 

EPA-600/4-79-020 

HEIS 

310.1 

2320_ALKALINITY 

Alkalinity 

Alkalinity 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-D0Uindex.cfm 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 103226001 

SAF# X11-005 

Sample ID B28JV6 

Test Performed CAS# Method RQ Result 

I Anions by IC 
Anions by IC 

Fluoride 16984-48-8 LA-533-410 D 0.416 

Chloride 16887-00-6 LA-533-410 D 6.40 

Nitrite-N NO2-N LA-533-410 UD <0.036 

Bromide 24959-67-9 LA-533-410 UD <0.11 

Nitrate-N NO3-N LA-533-410 D 4.60 

Phosphate-P PO4-P LA-533-410 UD <0.14 

Sulfate 14808-79-8 LA-533-410 D 29 .3 

MDL= Minimum Detection 
RQ = Result Qualifier 

B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) 
C - Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 201112:08:53 

D -Analyte was reported at a secondary diltution factor. 
E -Analyte is an estimate , see comment section . 
N - MS and/or MSD recovery outside control limits. 
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Group# WSCF103226 

Matrix WATER 

Sampled 12/05/10 

Received 12/05/10 

TP Err Units DF MDL PQL 

ug/ml 2 0.088 0.40 

ug/ml 2 0.084 0.80 

ug/ml 2 0.036 0.20 

ug/ml 2 0.11 1.0 

ug/ml 2 0.019 0.20 

ug/mL 2 0.14 0.80 

ug/ml 2 0.17 2.0 

U -Analyzed for but not detected above limiting criteria . 
X,Y or Z - See comment deta il and/or narrative. 
PQL is equivalent to Estimated Quantitalion Limit (EQL) 

Analyzed 

12/06/10 

12/06/10 

12/06/10 

12/06/10 

12/06/10 

12/06/10 

12/06/10 

12/06/10 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 103226002 

SAF# X11-005 

Sample ID B28JV7 

Test Performed CAS# Method RQ Result 

I Anions by IC 
Anions by IC 

Fluoride 16984-48-8 LA-533-410 BO 0.340 

Chloride 16887-00-6 LA-533-410 D 6.44 
Nitrite-N NO2-N LA-533-410 UD <0.036 

Bromide 24959-67-9 LA-533-410 UD <0.11 

Nitrate-N NO3-N LA-533-410 D 4.84 

Phosphate-P PO4-P LA-533-410 UD <0.14 

Sulfate 14808-79-8 LA-533-410 D 30 .6 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 2011 12:08 :53 

B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) 

C - Analyte was found In the Associated Blank. (Inorganic) 

D -Analyte was reported at a secondary diltution factor. 

E-Analyte is an estimate , see comment section. 
N - MS and/or MSD recovery outside control limits. 
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Group# WSCF103226 

Matrix WATER 

Sampled 12/05/10 

Received 12/05/10 

TP Err Units DF MDL PQL 

ug/ml 2 0.088 0.40 

ug/ml 2 0.084 0.80 

ug/ml 2 0.036 0.20 

ug/ml 2 0.11 1.0 

ug/ml 2 0.019 0.20 

ug/ml 2 0.14 0.80 

ug/ml 2 0.17 2.0 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

PQL is equivalent to Estimated Quantitation Limit (EQL) 

Analyzed 

12/06/10 

12/06/10 

12/06/10 

12/06/10 

12/06/10 

12/06/10 

12/06/10 

12/06/10 
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WSCF Analytical Results Report 

Attention Michael Neely Group# WSCF103226 

Department Inorganic 

Sample# 103226003 Matrix WATER 
SAF# X11-005 Sampled 12/05/10 
Sample ID B27WV4 Received 12/05/10 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I ICP Prep 12/06/10 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 u <19 ug/L 19 95 12/21/10 
Iron 7439-89-6 LA-505-411 u <38 ug/L 38 190 12/21/10 

Magnesium 7439-95-4 LA-505-411 6010 ug/L 14 70 12/21/10 

Manganese 7439-96-5 LA-505-411 u <6.0 ug/L 6.0 30 12/21/10 

Nickel 7440-02-0 LA-505-411 u <4.0 ug/L 1 4.0 20 12/21/10 

Potassium 7440-09-7 LA-505-411 4030 ug/L 1 73 360 12/21/10 

Silver 7440-22-4 LA-505-411 u <7.0 ug/L 1 7.0 35 12/21/10 

Sodium 7440-23-5 LA-505-411 17100 ug/L 1 11 55 12/21/10 

Antimony 7440-36-0 LA-505-411 u <47 ug/L 47 240 12/21/10 

Barium 7440-39-3 LA-505-411 B 19.0 ug/L 4.0 20 12/21/10 

Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 4.0 20 12/21/10 

Chromium 7440-47-3 LA-505-411 u <14 ug/L 14 70 12/21/10 

Cobalt 7440-48-4 LA-505-411 u <4.0 ug/L 4.0 20 12/21/10 

Copper 7440-50-8 LA-505-411 u <5.0 ug/L 5.0 25 12/21/10 

Vanadium 7440-62-2 LA-505-411 u <17 ug/L 17 85 12/21 /10 

Zinc 7440-66-6 LA-505-411 u <4.0 ug/L 4.0 20 12/21/10 

Calcium 7440-70-2 LA-505-411 26200 ug/L 28 140 12/21/10 

MDL= Minimum Detection B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) U - Analyzed for but not detected above limiting criteria. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err = Total Propagated D -Analyte was reported at a secondary diltulion factor. PQL is equivalent to Estimated Quantitalion Limit (EQL) 

OF = Dilution Factor E -Analyte is an estimate , see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Sample# 103226003 Matrix WATER 
SAF# X11-005 Sampled 12/05/10 

Sample ID B27WV4 Received 12/05/10 

Test Performed CAS# Method RQ Result TP Err Units OF MDL PQL Analyzed 

Lead 7439-92-1 LA-505-411 u <42 ug/L 1 42 210 12/21/10 

Lithium 7439-93-2 LA-505-411 u <4.0 ug/L 1 4.0 20 12/21/10 

Molybdenum 7439-98-7 LA-505-411 u <4.0 ug/L 1 4.0 20 12/21/10 

Strontium 7440-24-6 LA-505-411 130 ug/L 1 4.0 20 12/21/10 

Thallium 7440-28-0 LA-505-411 u <49 ug/L 49 240 12/21/10 

Tin 7440-31-5 LA-505-411 u <49 ug/L 1 49 240 12/21/10 

Arsenic 7440-38-2 LA-505-411 u <50 ug/L 1 50 250 12/21/10 

Beryllium 7440-41-7 LA-505-411 u <4.0 ug/L 1 4.0 20 12/21/10 

Boron 7440-42-8 LA-505-411 u <41 ug/L 1 41 200 12/21/10 

Bismuth 7440-69-9 LA-505-411 u <37 ug/L 1 37 180 12/21/10 

Silicon 7440-21-3 LA-505-411 13500 ug/L 1 25 120 12/21/10 

Phosphorus 7723-14-0 LA-505-411 u <72 ug/L 1 72 360 12/21/10 

Selenium 7782-49-2 LA-505-411 u <47 ug/L 1 47 240 12/21/10 

I ICPMS Prep 12/14/10 

ICP-MS 

Aluminum 7429-90-5 LA-505-412 UD <10 ug/L 2 10 200 12/17/10 

Silver 7440-22-4 LA-505-412 UD <0.20 ug/L 2 0.20 2.0 12/17/10 

Antimony 7440-36-0 LA-505-412 UD <0.60 ug/L 2 0.60 6.0 12/17/10 

Barium 7440-39-3 LA-505-412 D 26.8 ug/L 2 0.40 4.0 12/17/10 

MDL= Minimum Detection B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) U -Analyzed for but not detected above limiting criteria . 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err = Total Propagated D -Analyte was reported at a secondary diltution factor. POL is equivalent to Estimated Quanlitation Limit (EQL) 

DF = Dilution Factor E -Analyte is an estimate , see comment section. 

+ - Indicates more than nine qualifier N - MS and/or MSD recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 103226003 

SAF# X11-005 

Sample ID B27\/W4 

Test Performed CAS# Method RQ Result 

Beryllium 7440-41-7 LA-505-412 UD <0.10 

Cadmium 7440-43-9 LA-505-412 UD <0.20 

Chromium 7440-47-3 LA-505-412 BO 6.75 

Cobalt 7440-48-4 LA-505-412 UD <0.10 

Copper 7440-50-8 LA-505-412 UD <0.20 

Lead 7439-92-1 LA-505-412 UD <0.20 

Mercury 7439-97-6 LA-505-412 UD <0.10 

Molybdenum 7439-98-7 LA-505-412 D 8.09 

Thallium 7440-28-0 LA-505-412 UD <0.10 

Tin 7440-31-5 LA-505-412 UD <0.10 

Arsenic 7440-38-2 LA-505-412 BO 5.51 

Selenium 7782-49-2 LA-505-412 BO 1.78 

MDL = Minimum Detection 
RQ = Result Qualifier 

B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 2011 12:08 :54 

D -Analyte was reported at a secondary diltution factor. 
E -Analyte is an estimate, see comment section. 
N - MS and/or MSD recovery outside control limits. 
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Group# WSCF103226 

Matrix WATER 

Sampled 12/05/10 

Received 12/05/10 

TP Err Units DF MDL PQL 

ug/L 2 0.10 1.0 

ug/L 2 0.20 2.0 

ug/L 2 1.0 10 

ug/L 2 0.10 0.50 

ug/L 2 0.20 2.0 

ug/L 2 0.20 2.0 

ug/L 2 0.10 0.40 

ug/L 2 0.10 1.0 

ug/L 2 0.10 1.0 

ug/L 2 0.10 1.0 

ug/L 2 0.80 8.0 

ug/L 2 0.60 6.0 

U -Analyzed for but not detected above limiting criteria . 
X,Y or Z - See comment detail and/or narrative. 
PQL is equivalent to Estimated Quantitation Limit (EQL) 

Analyzed 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 
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WSCF Analytical Results Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Sample# 103226004 Matrix WATER 
SAF# X11-005 Sampled 12/05/10 
Sample ID B27WT6 Received 12/05/10 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I ICP Prep 12/06/10 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 u <19 ug/L 19 95 12/21/10 

Iron 7439-89-6 LA-505-411 u <38 ug/L 1 38 190 12/21 /10 

Magnesium 7439-95-4 LA-505-411 7690 ug/L 1 14 70 12/21/10 

Manganese 7439-96-5 LA-505-411 u <6.0 ug/L 1 6.0 30 12/21/10 

Nickel 7440-02-0 LA-505-411 u <4.0 ug/L 1 4.0 20 12/21/10 

Potassium 7440-09-7 LA-505-411 5060 ug/L 73 360 12/21/10 

Silver 7440-22-4 LA-505-411 u <7.0 ug/L 1 7.0 35 12/21/10 

Sodium 7440-23-5 LA-505-411 21500 ug/L 11 55 12/21/10 

Antimony 7440-36-0 LA-505-411 u <47 ug/L 47 240 12/21/10 

Barium 7440-39-3 LA-505-411 25.0 ug/L 4.0 20 12/21/10 

Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 4.0 20 12/21/10 

Chromium 7440-47-3 LA-505-411 B 16.0 ug/L 1 14 70 12/21/10 

Cobalt 7440-48-4 LA-505-411 u <4.0 ug/L 1 4.0 20 12/21/10 

Copper 7440-50-8 LA-505-411 u <5.0 ug/L 1 5.0 25 12/21/10 

Vanadium 7440-62-2 LA-505-411 u <17 ug/L 1 17 85 12/21/10 

Zinc 7440-66-6 LA-505-411 u <4.0 ug/L 1 4.0 20 12/21/10 

Calcium 7440-70-2 LA-505-411 33600 ug/L 1 28 140 12/21/10 

MDL= Minimum Detection B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) U -Analyzed for but not detected above limiting criteria. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative . 

TP Err = Total Propagated D -Analyte was reported at a secondary diltution factor. PQL is equivalent to Estimated Quantitalion Limit (EQL) 

OF = Dilution Factor E -Analyte is an estimate , see comment section . 

+ - Indicates more than nine qualifier N - MS and/or MSD recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Sample# 103226004 Matrix WATER 
SAF# X11-005 Sampled 12/05/10 

Sample ID B27WT6 Received 12/05/10 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

Lead 7439-92-1 LA-505-411 u <42 ug/L 42 210 12/21/10 

Lithium 7439-93-2 LA-505-411 u <4.0 ug/L 4.0 20 12/21/10 

Molybdenum 7439-98-7 LA-505-411 B 5.00 ug/L 4.0 20 12/21/10 

Strontium 7440-24-6 LA-505-411 165 ug/L 1 4.0 20 12/21/10 

Thallium 7440-28-0 LA-505-411 u <49 ug/L 49 240 12/21/10 

Tin 7440-31-5 LA-505-411 u <49 ug/L 49 240 12/21/10 

Arsenic 7440-38-2 LA-505-411 u <50 ug/L 50 250 12/21/10 

Beryllium 7440-41-7 LA-505-411 u <4.0 ug/L 4.0 20 12/21/10 

Boron 7440-42-8 LA-505-411 u <41 ug/L 41 200 12/21/10 

Bismuth 7440-69-9 LA-505-411 u <37 ug/L 37 180 12/21/10 

Silicon 7440-21-3 LA-505-411 17200 ug/L 25 120 12/21/10 

Phosphorus 7723-14-0 LA-505-411 B 82.0 ug/L 1 72 360 12/21/10 

Selenium 7782-49-2 LA-505-411 u <47 ug/L 1 47 240 12/21/10 

I ICPMS Prep 12/14/10 

ICP-MS 

Aluminum 7429-90-5 LA-505-412 UD <10 ug/L 2 10 200 12/17/10 

Silver 7440-22-4 LA-505-412 UD <0.20 ug/L 2 0.20 2.0 12/17/10 

Antimony 7440-36-0 LA-505-412 UD <0.60 ug/L 2 0.60 6.0 12/17/10 

Barium 7440-39-3 LA-505-412 D 27.7 ug/L 2 0.40 4.0 12/17/10 

MDL = Minimum Detection B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) U -Analyzed for but not detected above limiting criteria. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment deta il and/or narrative. 

TP Err= Total Propagated D -Analyte was reported at a secondary diltution factor. PQL is equivalent to Estimated Quantitation Limit (EQL) 

OF= Dilution Factor E -Analyte is an estimate, see comment section. 

+ - Indicates more than nine qualifier N - MS and/or MSD recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 103226004 

SAF# X11-005 

Sample ID B27WT6 

Test Performed CAS# Method RQ Result 

Beryllium 7440-41-7 LA-505-412 UD <0.10 

Cadmium 7440-43-9 LA-505-412 UD <0.20 

Chromium 7440-47-3 LA-505-412 BO 6.81 

Cobalt 7440-48-4 LA-505-412 UD <0.10 

Copper 7440-50-8 LA-505-412 UD <0.20 

Lead 7439-92-1 LA-505-412 UD <0.20 

Mercury 7439-97-6 LA-505-412 UD <0.10 

Molybdenum 7439-98-7 LA-505-412 D 8.28 

Thallium 7440-28-0 LA-505-412 UD <0.10 

Tin 7440-31-5 LA-505-412 UD <0.10 

Arsenic 7440-38-2 LA-505-412 BO 6.12 

Selenium 7782-49-2 LA-505-412 BO 1.76 

MDL= Minimum Detection 
RQ = Result Qual ifier 

B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31, 2011 12:08:54 

D - Analyte was reported at a secondary diltution factor. 
E -Analyte is an estimate , see comment section . 
N - MS and/or MSD recovery outside control limits. 
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Group# WSCF103226 

Matrix WATER 

Sampled 12/05/10 

Received 12/05/10 

TP Err Units DF MDL PQL 

ug/L 2 0.10 1.0 

ug/L 2 0.20 2.0 

ug/L 2 1.0 10 

ug/L 2 0.10 0.50 

ug/L 2 0.20 2.0 

ug/L 2 0.20 2.0 

ug/L 2 0.10 0.40 

ug/L 2 0.10 1.0 

ug/L 2 0.10 1.0 

ug/L 2 0.10 1.0 

ug/L 2 0.80 8.0 

ug/L 2 0.60 6.0 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative . 
PQL is equivalent to Estimated Quantitation Limit (EQL) 

Analyzed 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 
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WSCF Analytical Results Report 

Attention Michael Neely Group# WSCF103226 

Department Inorganic 

Sample# 103226005 Matrix WATER 
SAF# X11-005 Sampled 12/05/10 
Sample ID B27WV5 Received 12/05/10 

Test Performed CAS# Method RQ Result TP Err Units OF MDL PQL Analyzed 

I ICP Prep 12/06/10 

ICP-AES 
Aluminum 7429-90-5 LA-505-411 u <19 ug/L 1 19 95 12/21/10 

Iron 7439-89-6 LA-505-411 574 ug/L 1 38 190 12/21/10 

Magnesium 7439-95-4 LA-505-411 77100 ug/L 1 14 70 12/21/10 

Manganese 7439-96-5 LA-505-411 41.0 ug/L 1 6.0 30 12/21/10 

Nickel 7440-02-0 LA-505-411 B 16.0 ug/L 1 4.0 20 12/21/10 

Potassium 7440-09-7 LA-505-411 50200 ug/L 73 360 12/21/10 

Silver 7440-22-4 LA-505-411 u <7.0 ug/L 7.0 35 12/21/10 

Sodium 7440-23-5 LA-505-411 2.1 BES ug/L 11 55 12/21/10 

Antimony 7440-36-0 LA-505-411 u <47 ug/L 47 240 12/21/10 

Barium 7440-39-3 LA-505-411 249 ug/L 4.0 20 12/21/10 

Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 4.0 20 12/21/10 

Chromium 7440-47-3 LA-505-411 u <14 ug/L 14 70 12/21/10 

Cobalt 7440-48-4 LA-505-411 42.0 ug/L 4.0 20 12/21/10 

Copper 7440-50-8 LA-505-411 B 16.0 ug/L 5.0 25 12/21/10 

Vanadium 7440-62-2 LA-505-411 124 ug/L 1 17 85 12/21/10 

Zinc 7440-66-6 LA-505-411 33.0 ug/L 4.0 20 12/21/10 

Calcium 7440-70-2 LA-505-411 3.36E5 ug/L 28 140 12/21/10 

MDL= Minimum Detection B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) U - Analyzed for but not detected above limiting criteria . 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative . 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. POL is equivalent to Estimated Quantitation Limit (EQL) 

OF = Dilution Factor E -Analyte is an estimate, see comment section. 

+ - Indicates more than nine qualifier N - MS and/or MSD recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely Group# WSCF103226 

Department Inorganic 

Sample# 103226005 Matrix WATER 
SAF# X11-005 Sampled 12/05/10 
Sample ID B27WV5 Received 12/05/10 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

Lead 7439-92-1 LA-505-411 B 136 ug/L 1 42 210 12/21/10 
Lithium 7439-93-2 LA-505-411 u <4.0 ug/L 4.0 20 12/21/10 
Molybdenum 7439-98-7 LA-505-411 33 .0 ug/L 4.0 20 12/21/10 
Strontium 7440-24-6 LA-505-411 1660 ug/L 4.0 20 12/21/10 
Thallium 7440-28-0 LA-505-411 B 226 ug/L 1 49 240 12/21/10 
Tin 7440-31-5 LA-505-411 u <49 ug/L 1 49 240 12/21/10 
Arsenic 7440-38-2 LA-505-411 u <50 ug/L 1 50 250 12/21/10 

Beryllium 7440-41-7 LA-505-411 u <4.0 ug/L 1 4.0 20 12/21/10 

Boron 7440-42-8 LA-505-411 u <41 ug/L 1 41 200 12/21/10 

Bismuth 7440-69-9 LA-505-411 u <37 ug/L 1 37 180 12/21/10 

Silicon 7440-21-3 LA-505-411 1.72E5 ug/L 1 25 120 12/21/10 

Phosphorus 7723-14-0 LA-505-411 538 ug/L 1 72 360 12/21/10 

Selenium 7782-49-2 LA-505-411 377 ug/L 1 47 240 12/21/10 

I ICPMS Prep 12/14/10 

ICP-MS 

Aluminum 7429-90-5 LA-505-412 UD <10 ug/L 2 10 200 12/17/10 

Silver 7440-22-4 LA-505-412 UD <0.20 ug/L 2 0.20 2.0 12/17/10 

Antimony 7440-36-0 LA-505-412 UD <0.60 ug/L 2 0.60 6.0 12/17/10 

Barium 7440-39-3 LA-505-412 D 27.7 ug/L 2 0.40 4.0 12/17/10 

MDL= Minimum Detection B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) U -Analyzed for but not detected above limiting criteria . 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err= Total Propagated D -Analyte was reported at a secondary diltution factor. PQL is equivalent to Estimated Quantitation Limit (EQL) 

OF = Dilution Factor E -Analyte is an estimate, see comment section. 

+ - Indicates more than nine qualifier N - MS and/or MSD recovery outs ide control limits . 
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RDR Report ID: 103226 
Group# WSCF103226 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 103226005 

SAF# X11-005 

Sample ID B27WV5 

Test Performed CAS# Method RQ Result 

Beryllium 7440-41-7 LA-505-412 UD <0.10 

Cadmium 7440-43-9 LA-505-412 UD <0.20 

Chromium 7440-47-3 LA-505-412 BO 6.92 

Cobalt 7440-48-4 LA-505-412 UD <0.10 

Copper 7440-50-8 LA-505-412 BO 0.396 

Lead 7439-92-1 LA-505-412 BO 0.643 

Mercury 7439-97-6 LA-505-412 UD <0.10 

Molybdenum 7439-98-7 LA-505-412 D 7.51 

Thallium 7440-28-0 LA-505-412 UD <0.10 

Tin 7440-31-5 LA-505-412 UD <0.10 

Arsenic 7440-38-2 LA-505-412 BO 5.72 

Selenium 7782-49-2 LA-505-412 BO 2.02 

MDL= Minimum Detection 
RQ = Result Qualifier 

B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 2011 12:08:55 

D -Analyte was reported at a secondary diltution factor. 
E -Analyte is an estimate , see comment section. 
N - MS and/or MSD recovery outside control limits. 
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RDR 

Group# WSCF103226 

Matrix WATER 

Sampled 12/05/10 

Received 12/05/10 

TP Err Units DF MDL PQL 

ug/L 2 0.10 1.0 

ug/L 2 0.20 2.0 

ug/L 2 1.0 10 

ug/L 2 0.10 0.50 

ug/L 2 0.20 2.0 

ug/L 2 0.20 2.0 

ug/L 2 0.10 0.40 

ug/L 2 0.10 1.0 

ug/L 2· 0.10 1.0 

ug/L 2 0.10 1.0 

ug/L 2 0.80 8.0 

ug/L 2 0.60 6.0 

U -Analyzed for but not detected above limiting criteria . 
X,Y or Z - See comment detail and/or narrative. 
PQL is equivalent to Estimated Quantitation Limit (EQL) 

Analyzed 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

3004.1 .1084.3 
Report ID: 103226 

Group# WSCF103226 



WSCF Analytical Results Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Sample# 103226006 Matrix WATER 

SAF# X11-005 Sampled 12/05/10 

Sample ID B27Wf7 Received 12/05/10 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I ICP Prep 12/06/10 

ICP-AES 

Aluminum 7429-90-5 LA-505-411 u <19 ug/L 19 95 12/20/10 

Iron 7439-89-6 LA-505-411 B 53 .0 ug/L 1 38 190 12/20/10 

Magnesium 7439-95-4 LA-505-411 7760 ug/L 1 14 70 12/20/10 

Manganese 7439-96-5 LA-505-411 u <6.0 ug/L 1 6.0 30 12/20/10 

Nickel 7440-02-0 LA-505-411 B 6.00 ug/L 1 4.0 20 12/20/10 

Potassium 7440-09-7 LA-505-411 5000 ug/L 73 360 12/20/10 

Silver 7440-22-4 LA-505-411 UN <7.0 ug/L 7.0 35 12/20/10 

Sodium 7440-23-5 LA-505-411 22600 ug/L 11 55 12/20/10 

Antimony 7440-36-0 LA-505-411 u <47 ug/L 47 240 12/20/10 

Barium 7440-39-3 LA-505-411 26.0 ug/L 1 4.0 20 12/20/10 

Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 1 4.0 20 12/20/10 

Chromium 7440-47-3 LA-505-411 u <14 ug/L 14 70 12/20/10 

Cobalt 7440-48-4 LA-505-411 u <4.0 ug/L 4.0 20 12/20/10 

Copper 7440-50-8 LA-505-411 u <5.0 ug/L 5.0 25 12/20/10 

Vanadium 7440-62-2 LA-505-411 B 19.0 ug/L 17 85 12/20/10 

Zinc 7440-66-6 LA-505-411 u <4.0 ug/L 1 4.0 20 12/20/10 

Calcium 7440-70-2 LA-505-411 32900 ug/L 28 140 12/20/10 

MDL= Minimum Detection B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) U -Analyzed for but not detected above limiting criteria. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment deta il and/or narrative. 

TP Err= Total Propagated D - Analyte was reported at a secondary diltution factor. PQL is equivalent to Estimated Quantitation Limit (EQL) 

OF = Dilution Factor E - Analyte is an estimate, see comment section. 

+ - Indicates more than nine qualifier N - MS and/or MSD recovery outside control limits. 
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RDR Report ID: 103226 

Group# WSCF103226 
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WSCF Analytical Results Report 

Attention Michael Neely Group# WSCF103226 

Department Inorganic 

Sample# 103226006 Matrix WATER 
SAF# X11-005 Sampled 12/05/10 
Sample ID B27WT7 Received 12/05/10 

Test Performed CAS# Method RQ Result TP Err Units OF MDL PQL Analyzed 

~ead 7439-92-1 LA-505-411 u <42 ug/L 42 210 12/20/10 

Lithium 7439-93-2 LA-505-411 u <4.0 ug/L 4.0 20 12/20/10 
Molybdenum 7439-98-7 LA-505-411 u <4.0 ug/L 4.0 20 12/20/10 
Strontium 7440-24-6 LA-505-411 171 ug/L · 4.0 20 12/20/10 
Thallium 7440-28-0 LA-505-411 UN <49 ug/L 49 240 12/20/10 
Tin 7440-31-5 LA-505-411 u <49 ug/L 49 240 12/20/10 

Arsenic 7440-38-2 LA-505-411 u <50 ug/L 50 250 12/20/10 

Beryllium 7440-41-7 LA-505-411 u <4.0 ug/L 4.0 20 12/20/10 

Boron 7440-42-8 LA-505-411 B 42.0 ug/L 41 200 12/20/10 

Bismuth 7440-69-9 LA-505-411 u <37 ug/L 37 180 12/20/10 

Silicon 7440-21-3 LA-505-411 17400 ug/L 25 120 12/20/10 

Phosphorus 7723-14-0 LA-505-411 B 73.0 ug/L 72 360 12/20/10 

Selenium 7782-49-2 LA-505-411 u <47 ug/L 47 240 12/20/10 

I ICPMS Prep 12/14/10 

ICP-MS 
Aluminum 7429-90-5 LA-505-412 UD <10 ug/L 2 10 200 12/17/10 

Silver 7440-22-4 LA-505-412 UD <0.20 ug/L 2 0.20 2.0 12/17/10 

Antimony 7440-36-0 LA-505-412 UD <0.60 ug/L 2 0.60 6.0 12/17/10 

Barium 7440-39-3 LA-505-412 D 27.0 ug/L 2 0.40 4.0 12/17/10 

MDL= Minimum Detection B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) U -Analyzed for but not detected above limiting criteria. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err = Total Propagated D -Analyte was reported at a secondary dillution factor. POL is equivalent to Estimated Quantitation Limit (EQL) 

OF= Dilution Factor E -Analyte is an estimate , see comment section. 

+ - Indicates more than nine qualifier N - MS and/or MSD recovery outside control limits . 
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RDR Report ID: 103226 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 103226006 

SAF# X11-005 

Sample ID B27WT7 

Test Performed CAS# Method RQ Result 

Beryllium 74~0-41-7 LA-505-412 UD <0.10 

Cadmium 7440-43-9 LA-505-412 UD <0.20 

Chromium 7440-47-3 LA-505-412 BD 6.72 

Cobalt 7440-48-4 LA-505-412 UD <0.10 

Copper 7440-50-8 LA-505-412 UD <0.20 

Lead 7439-92-1 LA-505-412 BD 0.551 

Mercury 7439-97-6 LA-505-412 UD <0.10 

Molybdenum 7439-98-7 LA-505-412 D 7.27 

Thallium 7440-28-0 LA-505-412 UD <0.10 

Tin 7440-31-5 LA-505-412 UD <0.10 

Arsenic 7440-38-2 LA-505-412 BD 5.57 

Selenium 7782-49-2 LA-505-412 BD 1.85 

MDL= Minimum Detection 
RQ = Result Qualifier 

B -Analyte < the PQL(or EQL)but >= the IDUMDL(lnorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 2011 12:08:55 

D -Analyte was reported at a secondary diltution factor. 
E-Analyte is an estimate, see comment section . 
N - MS and/or MSD recovery outside control limits . 
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RDR 

Group# WSCF103226 

Matrix WATER 

Sampled 12/05/10 

Received 12/05/10 

TP Err Units OF MDL PQL 

ug/L 2 0.10 1.0 

ug/L 2 0.20 2.0 

ug/L 2 1.0 10 

ug/L 2 0.10 0.50 

ug/L 2 0.20 2.0 

ug/L 2 0.20 2.0 

ug/L 2 0.10 0.40 

ug/L 2 0.10 1.0 

ug/L 2 0.10 1.0 

ug/L 2 0.10 1.0 

ug/L 2 0.80 8.0 

ug/L 2 0.60 6.0 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative . 
PQL is equivalent to Estimated Quanlitation Limit (EQL) 

Analyzed 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17/10 

12/17 /10 

12/17/10 

12/17/10 

12/17/10 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Organic, Semivolatiles 

Sample# 103226005 
SAF# X11-005 

Sample ID B27WV5 

Test Performed CAS# Method RQ Result 

I Prep for Water 
TPHDWA 
Diesel TPHDIESEL LA-523-493 u <70 

MDL = Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31, 2011 12:08:55 

B -Analyte was detected in both the BLANK and SAMPLE 
D - Analyte was reported at a secondary diltution factor. 
E - The ca libration exceeds the calibration range (GC/MS) . 
J -Analyte < lowest calibration but>= MDL. 

N - Presumed evidence based on MS library search(GC/MS only) 

REVISED103226 -

Page 36 of 81 

RDR 

Group# WSCF103226 

Matrix WATER 

Sampled 12/05/10 

Received 12/05/10 

TP Err Units DF MDL PQL 

ug/L 70 100 

T - MS/MSD recovery outside control limits(GC/MS only). 
U - Analyzed for but not detected above limiting criteria . 
X,Y or Z - See comment detail and/or narrative. 

PQL is equivalent to Estimated Quantitation Limit (EQL) 

Analyzed 

12/07/10 

12/10/10 

3004.1 .1084.3 

Report ID: 103226 

Group# WSCF103226 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Organic, Semivolatiles 

Sample# 103226006 

SAF# X11-005 

Sample ID B27WT7 

Test Performed CAS# Method RQ Result 

I Prep for Water 
TPHDWA 

Diesel TPHDIESEL LA-523-493 u <70 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 2011 12:08 :55 

B -Analyte was detected in both the BLANK and SAMPLE 
D -Analyte was reported at a secondary diltulion factor. 
E - The calibration exceeds the calibration range (GC/MS) . 

J -Analyte < lowest calibration but >= MDL. 
N - Presumed eviden·ce based on MS library search(GC/MS only) 
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RDR 

Group# WSCF103226 

Matrix WATER 

Sampled 12/05/10 

Received 12/05/10 

TP Err Units DF MDL PQL 

ug/L 1 70 100 

T - MS/MSD recovery outside control limits(GC/MS only) . 
U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 
PQL is equivalent to Estimated Quantitation Limit (EQL) 

Analyzed 

12/07/10 

12/10/10 

3004.1.1084.3 
Report ID: 103226 

Group # WSCF103226 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample# 103226005 

SAF# X11-005 

Sample ID 827WV5 

Test Performed CAS# Method RQ Result 

Alpha/Beta Prep 
Gross Alpha/Beta 

Gross Alpha 12587-46-1 LA-508-415 3.1 
Gross Beta 12587-47-2 LA-508-415 28 

: TC99 TRI-CARB LSC 
I H3 EICHROM 

Tritium 10028-17-8 LA-508-421 3.5E4 

Np/Th/Pu/Am/U Prep 

AEAAm-U-Pu 

Americium-241 14596-10-2 LA-508-471 u 0.030 

I SR-89/90 
SR-89/90 
Strontium-89/90 SR-RAD LA-220-406 u -4.1 

: TC99 TRI-CARB LSC 
I Tc-99 Prep 

Technetium-99 14133-76-7 LA-508-421 43 

MDL= Minimum Detection 
RQ = Result Qualifier 

B -Analyte was detected in both the BLANK and SAMPLE 
U • Analyzed for but not detected above limiting criteria . 

TP Err= Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 2011 12:08:56 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 
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RDR 

Group# 

Matrix 
Sampled 
Received 

TP Err Units DF 

1.5 pCi/L 

4.2 pCi/L 

7000 pCi/L 

.19 pCi/L 

4 pCi/L 1 

9.8 pCi/L 1 

WSCF103226 

WATER 

12/05/10 

12/05/10 

MDL PQL 

1.7 

3.2 

180 

0.33 

1.5 

6.3 

Analyzed 

12/09/10 

12/15/10 

12/15/10 

12/13/10 

12/16/10 

12/17/10 

12/20/10 

12/20/10 

12/27/10 

12/13/10 

12/18/10 

3004.1.1084.3 
Report ID: 103226 

Group # WSCF103226 



WSCF Analytical Results Report 

Attention Michael Neely -
Department Radiochemistry 

Sample# 103226006 

SAF# X11-005 

Sample ID 827WT7 

Test Performed CAS# Method RQ Result 

Alpha/Beta Prep 

Gross Alpha/Beta 

Gross Alpha 12587-46-1 LA-508-415 3.2 

Gross Beta 12587-47-2 LA-508-415 29 

I H3 EICHROM 
: TC99 TRI-CARB LSC 
Tritium 10028-17-8 LA-508-421 3.5E4 

Np/Th/Pu/Am/U Prep 
AEAAm-U-Pu 

Americium-241 14596-10-2 LA-508-471 u -0.040 

I SR-89/90 
SR-89/90 

Strontium-89/90 SR-RAD LA-220-406 u -3.2 

: TC99 TRI-CARB LSC 
I Tc-99 Prep 

Technetium-99 14133-76-7 LA-508-421 41 

MDL= Minimum Detection 
RQ = Result Qualifier 

B -Analyte was detected in both the BLANK and SAMPLE 
U -Analyzed for but not detected above limiting criteria. 

TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 2011 12:08:56 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 
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RDR 

Group# 

Matrix 
Sampled 
Received 

TP Err Units OF 

1.5 pCi/L 1 

4.2 pCi/L 1 

7100 pCi/L 

.2 pCi/L 1 

4.4 pCi/L 

9.4 pCi/L 

WSCF103226 

WATER 

12/05/10 

12/05/10 

MDL PQL 

1.7 

3.2 

180 

0.36 

1.7 

6.3 

Analyzed 

12/09/10 

12/15/10 

12/15/10 

12/13/10 

12/16/10 

12/17/10 

12/20/10 

12/20/10 

12/27/10 

12/13/10 

12/18/10 

3004.1.1084.3 
Report ID: 103226 

Group # WSCF103226 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 103226005 

SAF# X11-005 

Sample ID B271/W5 

Test Performed CAS# 

I Alkalinity 
Alkalinity 

Method RQ Result 

Total Alkalinity as ALKALINITY LA-531-411 110 
CaCO3 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 201 1 12:08 :57 

B -Analyte < the RDL but>= the IDUMDL. 
C -Analyte was found in the Associated Blank. (Inorganic) 
D -Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U -Analyzed for but not detected above limiting criteria. 
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Page 40 of 81 

RDR 

Group# WSCF103226 

TP Err Units 

mg/L 

Matrix 
Sampled 
Received 

DF 

WATER 

12/05/10 

12/05/10 

MDL 

1 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z- See comment detail and/or narrative . 

PQL 

10 

PQL is equivalent to Estimated Quantitation Limit (EQL) 

Analyzed 

12/06/10 

12/06/10 

3004.1.1084.3 
Report ID: 103226 

Group # WSCF103226 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 103226006 

SAF# X11-005 

Sample ID B27WT7 

Test Performed CAS# 

I Alkalinity 
Alkalinity 

Method RQ Result 

Total Alkalinity as ALKALINITY LA-531-411 110 
CaCO3 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err= Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

August 31 , 201112:08:57 

B -Analyte < the RDL but>= the IDUMDL. 
C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltulion factor. 
N - MS and/or MSD sample recovery outside control limits. 
U -Analyzed for but not detected above limiting criteria. 
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RDR 

Group# WSCF103226 

TP Err Units 

mg/L 

Matrix 

Sampled 

Received 

OF 

WATER 

12/05/10 

12/05/10 

MDL 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

PQL 

10 

PQL is equivalent to Estimated Quanlitation Limit (EQL) 

Analyzed 

12/06/10 

12/06/10 

3004.1.1 084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

QC Batch 170722 Test ICP-601 0 -All possible metals 

Associated Samples 103226003, 103226004, 103226005 

Original RPO 
Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

BLANK QC Sample #43347 

Aluminum 7429-90-5 <19 ug/L u 12/21/10 

Iron 7439-89-6 <38 ug/L u 12/21/10 

Magnesium 7439-95-4 <14 ug/L u 12/21/10 

Manganese 7439-96-5 <6.0 ug/L u 12/21/10 

Nickel 7440-02-0 <4.0 ug/L u 12/21/10 

Potassium 7440-09-7 <73 ug/L u 12/21/10 

Silver 7440-22-4 <7.0 ug/L u 12/21/10 

Sodium 7440-23-5 14.0 ug/L B 12/21/10 

Antimony 7440-36-0 <47 ug/L u 12/21/10 

Barium 7440-39-3 <4.0 ug/L u 12/21/10 

Cadmium 7440-43-9 <4.0 ug/L u 12/21/10 

Chromium 7440-47-3 <14 ug/L u 12/21/10 

Cobalt 7440-48-4 4.00 ug/L B 12/21/10 

Copper 7440-50-8 <5.0 ug/L u 12/21/10 

Vanadium 7440-62-2 <17 ug/L u 12/21/10 

Zinc 7440-66-6 <4.0 ug/L u 12/21/10 

Calcium 7440-70-2 <28 ug/L u 12/21/10 

Lead 7439-92-1 <42 ug/L u 12/21/10 

Lithium 7439-93-2 <4.0 ug/L u 12/21/10 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 

Molybdenum 7439-98-7 
Strontium 7440-24-6 
Thallium 7440-28-0 
Tin 7440-31-5 
Arsenic 7440-38-2 
Beryllium 7440-41-7 
Boron 7440-42-8 
Bismuth 7440-69-9 
Silicon 7440-21-3 
Phosphorus 7723-14-0 
Selenium 7782-49-2 
LCS 

Aluminum 7429-90-5 
Iron 7439-89-6 
Magnesium 7439-95-4 
Manganese 7439-96-5 
Nickel 7440-02-0 
Potassium 7440-09-7 
Silver 7440-22-4 
Sodium 7440-23-5 
Antimony 7440-36-0 
Barium 7440-39-3 
Cadmium 7440-43-9 
Chromium 7440-47-3 

August 31 , 2011 12:08:59 

Original 
Found QC Found Units % Recovlimits 

<4.0 ug/L 

<4.0 ug/L 

<49 ug/L 

<49 ug/L 

<50 ug/L 

<4.0 ug/L 

<41 ug/L 

<37 ug/L 

<25 ug/L 

<72 ug/L 

<47 ug/L 
QC Sample #43348 

943 ug/L 94 .3 80 - 120 

997 ug/L 99 .7 80 - 120 

952 ug/L 95 .2 80 - 120 

989 ug/L 98.9 80 - 120 

1020 ug/L 102 80 - 120 

956 ug/L 95.6 80 - 120 

949 ug/L 94.9 80 - 120 

986 ug/L 98 .6 80 - 120 

989 ug/L 98 .9 80 - 120 

480 ug/L 96 80 - 120 

1030 ug/L 103 80 - 120 

981 ug/L 98.1 80 - 120 

REVISED103226 -
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RDR 

Group# 

RPO 
RPO Limit 

WSCF103226 

RQ 

u 
u 
u 
u 
u 
u 
u 
u 
u 
u 
u 

Analyzed 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 

12/21/10 
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3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original RPO 
Analyte CAS# Found QC Found Units % Recovlimits RPO Limit RQ Analyzed 

Cobalt 7440-48-4 1020 ug/L 102 80 - 120 12/21/10 
Copper 7440-50-8 978 ug/L 97.8 80 - 120 12/21/10 
Vanadium 7440-62-2 965 ug/L 96.5 80 - 120 12/21/10 
Zinc 7440-66-6 1010 ug/L 101 80 - 120 12/21/10 
Calcium 7440-70-2 1100 ug/L 110 80 - 120 12/21/10 
Lead 7439-92-1 1080 ug/L 108 80 - 120 12/21/10 
Lithium 7439-93-2 468 ug/L 93 .6 80 - 120 12/21/10 
Molybdenum 7439-98-7 1000 ug/L 100 80 - 120 12/21/10 
Strontium 7440-24-6 491 ug/L 98.2 80 - 120 12/21/10 
Thallium 7440-28-0 819 ug/L 81 .9 80 - 120 12/21/10 
Tin 7440-31-5 1030 ug/L 103 80 - 120 12/21/10 
Arsenic 7440-38-2 1030 ug/L 103 80 - 120 12/21/10 
Beryllium 7440-41-7 511 ug/L 102.2 80 - 120 12/21/10 
Boron 7440-42-8 959 ug/L 95 .9 80 - 120 12/21/10 
Bismuth 7440-69-9 997 ug/L 99 .7 80 - 120 12/21/10 
Silicon 7440-21-3 1030 ug/L 103 80 - 120 12/21/10 
Phosphorus 7723-14-0 1080 ug/L 108 80 - 120 12/21/10 
Selenium 7782-49-2 1030 ug/L 103 80 - 120 12/21/10 
MS QC Sample #43349 

Original 103215015 
Aluminum 7429-90-5 938 ug/L 93 .8 75 - 125 12/21/10 
Iron 7439-89-6 1010 ug/L 101 75 - 125 12/21/10 
Magnesium 7439-95-4 1040 ug/L 104 75 - 125 X 12/21/10 
Manganese 7439-96-5 992 ug/L 99 .2 75 - 125 12/21/10 

Nickel 7440-02-0 1020 ug/L 102 75 - 125 12/21/10 
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RDR Report ID: 103226 
Group # WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original RPO 
Analyte CAS# Found QC Found Units % Recovlimits RPO Limit RQ Analyzed 

Potassium 7440-09-7 940 ug/L 94 75 - 125 12/21/10 
Silver 7440-22-4 860 ug/L 86 75 - 125 12/21/10 
Sodium 7440-23-5 950 ug/L 95 75 - 125 12/21/10 
Antimony 7440-36-0 1030 ug/L 103 75 - 125 12/21/10 
Barium 7440-39-3 489 ug/L 97.8 75 - 125 12/21/10 
Cadmium 7440-43-9 1030 ug/L 103 75 - 125 12/21/10 
Chromium 7440-47-3 1000 ug/L 100 75 - 125 12/21/10 

Cobalt 7440-48-4 1020 ug/L 102 75 - 125 12/21/10 

Copper 7440-50-8 970 ug/L 97 75 - 125 12/21/10 
Vanadium 7440-62-2 977 ug/L 97 .7 75 - 125 12/21/10 

Zinc 7440-66-6 1020 ug/L 102 75 - 125 12/21/10 
Calcium 7440-70-2 1500 ug/L 150 75 - 125 X 12/21/10 
Lead 7439-92-1 1050 ug/L 105 75 - 125 12/21/10 

Lithium 7439-93-2 468 ug/L 93 .6 75 - 125 12/21/10 

Molybdenum 7439-98-7 1010 ug/L 101 75 - 125 12/21/10 

Strontium 7440-24-6 503 ug/L 100.6 75 - 125 12/21/10 

Thallium 7440-28-0 812 ug/L 81 .2 75 - 125 12/21/10 

Tin 7440-31-5 1060 ug/L 106 75 - 125 12/21/10 

Arsenic 7440-38-2 1050 ug/L 105 75 - 125 12/21/10 

Beryllium 7440-41-7 513 ug/L 102.6 75 - 125 12/21/10 

Boron 7440-42-8 984 ug/L 98.4 75-125 12/21/10 

Bismuth 7440-69-9 979 ug/L 97.9 75 - 125 12/21/10 

Silicon 7440-21-3 1350 ug/L 135 75 - 125 X 12/21/10 

Phosphorus 7723-14-0 1050 ug/L 105 75 - 125 12/21/10 

Selenium 7782-49-2 1020 ug/L 102 75 - 125 12/21/10 
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RDR Report ID: 103226 
Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original RPO 
Analyte CAS# Found QC Found Units % Recovlimits RPO Limit RQ Analyzed 

MSD QC Sample #43350 
Original 103215015 Paired 43349 

Aluminum 7429-90-5 927 ug/L 92 .7 75 - 125 1.20 20 12/21 /10 

Iron 7439-89-6 964 ug/L 96.4 75 - 125 4.70 20 12/21 /10 

Magnesium 7439-95-4 820 ug/L 82 75 - 125 23.70 20 * X 12/21/10 

Manganese 7439-96-5 967 ug/L 96 .7 75 - 125 2.60 20 12/2 1/10 

Nickel 7440-02-0 993 ug/L 99.3 75 - 125 2.70 20 12/21/10 

Potassium 7440-09-7 870 ug/L 87 75 - 125 7.70 20 12/21/10 

Silver 7440-22-4 892 ug/L 89 .2 75-125 3.70 20 12/21/10 

Sodium 7440-23-5 860 ug/L 86 75 - 125 9.90 20 12/21/10 

Antimony 7440-36-0 1010 ug/L 101 75 - 125 2.00 20 12/21 /10 

Barium 7440-39-3 473 ug/L 94.6 75 - 125 3.30 20 12/21 /10 

Cadmium 7440-43-9 1010 ug/L 101 75 - 125 2.00 20 12/21 /10 

Chromium 7440-47-3 975 ug/L 97.5 75 - 125 2.50 20 12/21/10 

Cobalt 7440-48-4 993 ug/L 99 .3 75 - 125 2.70 20 12/21/10 

Copper 7440-50-8 946 ug/L 94.6 75 - 125 2.50 20 12/21/10 

Vanadium 7440-62-2 944 ug/L 94.4 75-125 3.40 20 12/21/10 

Zinc 7440-66-6 1000 ug/L 100 75 - 125 2.00 20 12/21/10 

Calcium 7440-70-2 400 ug/L 40 75 - 125 115.80 20 * X 12/21/10 

Lead 7439-92-1 1030 ug/L 103 75 - 125 1.90 20 12/21/10 

Lithium 7439-93-2 462 ug/L 92.4 75 - 125 1.30 20 12/21/10 

Molybdenum 7439-98-7 993 ug/L 99.3 75 - 125 1.70 20 12/2 1/10 

Strontium 7440-24-6 481 ug/L 96 .2 75 - 125 4.50 20 12/21/10 

Thallium 7440-28-0 790 ug/L 79 75 - 125 2.70 20 12/21 /10 

Tin 7440-31-5 1040 ug/L 104 75 - 125 1.90 20 12/2 1/10 

REVISED103226 -

August 31, 2011 12:08:59 Page 46 of 81 3004.1.1084.3 

RDR Report ID: 103226 
Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found QC Found Units 

Arsenic 7440-38-2 1000 ug/L 
Beryllium 7440-41-7 500 ug/L 
Boron 7440-42-8 962 ug/L 
Bismuth 7440-69-9 941 ug/L 
Silicon 7440-21-3 990 ug/L 
Phosphorus 7723-14-0 1000 ug/L 
Selenium 7782-49-2 987 ug/L 

August 31 , 2011 12:08: 59 

% Recovlimits RPO 

100 75 - 125 4.90 

100 75 - 125 2.60 

96.2 75 - 125 2.30 

94.1 75 - 125 4.00 

99 75 - 125 30.80 

100 75 - 125 4.90 

98 .7 75 - 125 3.30 
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3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

QC Batch 170723 Test ICP-601 0 -All possible metals 

Associated Samples 103226006 

Original RPO 

Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

BLANK QC Sample #43351 

Aluminum 7429-90-5 <19 ug/L u 12/20/10 
Iron 7439-89-6 <38 ug/L u 12/20/10 

Magnesium 7439-95-4 <14 ug/L u 12/20/10 

Manganese 7439-96-5 <6.0 ug/L u 12/20/10 

Nickel 7440-02-0 <4.0 ug/L u 12/20/10 

Potassium 7440-09-7 <73 ug/L u 12/20/10 

Silver 7440-22-4 <7.0 ug/L u 12/20/10 

Sodium 7440-23-5 <11 ug/L u 12/20/10 

Antimony 7440-36-0 <47 ug/L u 12/20/10 

Barium 7440-39-3 <4.0 ug/L u 12/20/10 

Cadmium 7440-43-9 <4.0 ug/L u 12/20/10 

Chromium 7440-47-3 <14 ug/L u 12/20/10 

Cobalt 7440-48-4 <4.0 ug/L u 12/20/10 

Copper 7440-50-8 <5.0 ug/L u 12/20/10 

Vanadium 7440-62-2 <17 ug/L u 12/20/10 

Zinc 7440-66-6 <4.0 ug/L u 12/20/10 

Calcium 7440-70-2 <28 ug/L u 12/20/10 

Lead 7439-92-1 <42 ug/L u 12/20/10 

Lithium 7439-93-2 <4.0 ug/L u 12/20/10 
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RDR Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF 103226 

Department Inorganic 

Analyte CAS# 
Original 

% RecovLimits Found QC Found Units 

RPO 
RPO Limit RQ Analyzed 

Molybdenum 7439-98-7 <4.0 ug/L u 12/20/10 
Strontium 7440-24-6 <4.0 ug/L u 12/20/10 
Thallium 7440-28-0 <49 ug/L u 12/20/10 
Tin 7440-31-5 <49 ug/L u 12/20/10 
Arsenic 7440-38-2 <50 ug/L u 12/20/10 
Beryllium 7440-41-7 <4.0 ug/L u 12/20/10 

Boron 7440-42-8 <41 ug/L u 12/20/10 
Bismuth 7440-69-9 <37 ug/L u 12/20/10 
Silicon 7440-21-3 <25 ug/L u 12/20/10 
Phosphorus 7723-14-0 <72 ug/L u 12/20/10 

Selenium 7782-49-2 <47 ug/L u 12/20/10 
LCS QC Sample #43352 

Aluminum 7429-90-5 990 ug/L 99 80 - 120 12/20/10 

Iron 7439-89-6 1030 ug/L 103 80 - 120 12/20/10 

Magnesium 7439-95-4 974 ug/L 97.4 80 - 120 12/20/10 

Manganese 7439-96-5 987 ug/L 98.7 80 - 120 12/20/10 

Nickel 7440-02-0 952 ug/L 95 .2 80 - 120 12/20/10 

Potassium 7440-09-7 1060 ug/L 106 80 - 120 12/20/10 

Silver 7440-22-4 798 ug/L 79 .8 80 - 120 X 12/20/10 

Sodium 7440•23-5 1020 ug/L 102 80 - 120 12/20/10 

Antimony 7440-36-0 983 ug/L 98 .3 80 - 120 12/20/10 

Barium 7440-39-3 494 ug/L 98 .8 80 - 120 12/20/10 

Cadmium 7440-43-9 972 ug/L 97.2 80 - 120 12/20/10 

Chromium 7440-47-3 1010 ug/L 101 80 - 120 12/20/10 
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RDR Report ID: 103226 
Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original RPO 
Analyte CAS# Found QC Found Units % Recovlimits RPO Limit RQ Analyzed 

Cobalt 7440-48-4 957 ug/L 95 .7 80 - 120 12/20/10 
Copper 7440-50-8 1000 ug/L 100 80 - 120 12/20/10 
Vanadium 7440-62-2 977 ug/L 97.7 80 - 120 12/20/10 
Zinc 7440-66-6 960 ug/L 96 80 - 120 12/20/10 
Calcium 7440-70-2 1010 ug/L 101 80 - 120 12/20/10 
Lead 7439-92-1 1010 ug/L 101 80 - 120 12/20/10 
Lithium 7439-93-2 484 ug/L 96 .8 80 - 120 12/20/10 
Molybdenum 7439-98-7 955 ug/L 95 .5 80 - 120 12/20/10 
Strontium 7440-24-6 503 ug/L 100.6 80 - 120 12/20/10 
Thallium 7440-28-0 750 ug/L 75 80 - 120 X 12/20/10 
Tin 7440-31-5 1010 ug/L 101 80 - 120 12/20/10 
Arsenic 7440-38-2 1030 ug/L 103 80 - 120 12/20/10 
Beryllium 7440-41-7 515 ug/L 103 80 - 120 12/20/10 

Boron 7440-42-8 1010 ug/L 101 80 - 120 12/20/10 
Bismuth 7440-69-9 996 ug/L 99.6 80 - 120 12/20/10 

Silicon 7440-21-3 979 ug/L 97.9 80 - 120 12/20/10 

Phosphorus 7723-14-0 1030 ug/L 103 80 - 120 12/20/10 
Selenium 7782-49-2 969 ug/L 96 .9 80 - 120 12/20/10 
MS QC Sample #43353 

Original 103226006 
Aluminum 7429-90-5 <19 976 ug/L 97.6 75 - 125 12/20/10 

Iron 7439-89-6 53.0 987 ug/L 98 .7 75 - 125 12/20/10 

Magnesium 7439-95-4 7760 810 ug/L 81 75 - 125 X 12/20/10 

Manganese 7439-96-5 <6.0 965 ug/L 96 .5 75 - 125 12/20/10 

Nickel 7440-02-0 6.00 936 ug/L 93 .6 75 - 125 12/20/10 
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RDR Report ID: 103226 
Group # WSCF103226 



Quality Control Report 

Attention . Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original RPD 
Analyte CAS# Found QC Found Units % Recovlimits RPD Limit RQ Analyzed 

Potassium 7440-09-7 5000 1000 ug/L 100 75 - 125 X 12/20/10 
Silver 7440-22-4 <7.0 935 ug/L 93.5 75 - 125 12/20/10 
Sodium 7440-23-5 22600 1100 ug/L 110 75 - 125 X 12/20/10 
Antimony 7440-36-0 <47 983 ug/L 98.3 75 - 125 12/20/10 
Barium 7440-39-3 26.0 487 ug/L 97.4 75 - 125 12/20/10 
Cadmium 7440-43-9 <4.0 969 ug/L 96.9 75 - 125 12/20/10 
Chromium 7440-47-3 <14 993 ug/L 99.3 75-125 12/20/10 
Cobalt 7440-48-4 <4.0 942 ug/L 94.2 75 - 125 12/20/10 
Copper 7440-50-8 <5.0 986 ug/L 98.6 75 - 125 12/20/10 
Vanadium 7440-62-2 19.0 963 ug/L 96 .3 75 - 125 12/20/10 
Zinc 7440-66-6 <4.0 968 ug/L 96.8 75 - 125 12/20/10 
Calcium 7440-70-2 32900 -1000 ug/L -100 75 - 125 X 12/20/10 
Lead 7439-92-1 <42 986 ug/L 98.6 75 - 125 12/20/10 
Lithium 7439-93-2 <4.0 484 ug/L 96.8 75 - 125 12/20/10 

Molybdenum 7439-98-7 <4.0 954 ug/L 95.4 75 - 125 12/20/10 

Strontium 7440-24-6 . 171 492 ug/L 98.4 75 - 125 12/20/10 

Thallium 7440-28-0 <49 705 ug/L 70.5 75 - 125 N 12/20/10 

Tin 7440-31-5 <49 998 ug/L 99.8 75 - 125 12/20/10 
Arsenic 7440-38-2 <50 1040 ug/L 104 75 - 125 12/20/10 
Beryllium 7440-41-7 <4.0 508 ug/L 101 .6 75 - 125 12/20/10 
Boron 7440-42-8 42.0 956 ug/L 95.6 75 - 125 12/20/10 

Bismuth 7440-69-9 <37 942 ug/L 94.2 75 - 125 12/20/10 

Silicon 7440-21-3 17400 -100 ug/L -10 75 - 125 X 12/20/10 

Phosphorus 7723-14-0 73.0 1010 ug/L 100.7 75 - 125 12/20/10 

Selenium 7782-49-2 <47 1010 ug/L 101 75 - 125 12/20/10 
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RDR Report ID: 103226 
Group# WSCF1 03226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original RPD 

Analyte CAS# Found QC Found Units % Recovlimits RPD Limit RQ Analyzed 

MSD QC Sample #43354 

Original 103226006 Paired 43353 
Aluminum 7429-90-5 <19 1000 ug/L 100 75 - 125 2.40 20 12/20/10 
Iron 7439-89-6 53.0 1030 ug/L 102.7 75 - 125 4.00 20 12/20/10 
Magnesium 7439-95-4 7760 1200 ug/L 120 75 - 125 38 .80 20 * X 12/20/10 
Manganese 7439-96-5 <6.0 992 ug/L 99 .2 75 - 125 2.80 20 12/20/10 
Nickel 7440-02-0 6.00 944 ug/L 94.4 75 - 125 0.90 20 12/20/10 
Potassium 7440-09-7 5000 1300 ug/L 130 75 - 125 26 .10 20 * X 12/20/10 
Silver 7440-22-4 <7.0 945 ug/L 94.5 75 - 125 1.10 20 12/20/10 

Sodium 7440-23-5 22600 2100 ug/L 210 75 - 125 62 .50 20 * X 12/20/10 

Antimony 7440-36-0 <47 1000 ug/L 100 75 - 125 1.70 20 12/20/10 

Barium 7440-39-3 26.0 498 ug/L 99 .6 75 - 125 2.20 20 12/20/10 

Cadmium 7440-43-9 <4.0 974 ug/L 97.4 75 - 125 0.50 20 12/20/10 

Chromium 7440-47-3 <14 1020 ug/L 102 75 - 125 2.70 20 12/20/10 

Cobalt 7440-48-4 <4.0 950 ug/L 95 75 - 125 0.80 20 12/20/10 

Copper 7440-50-8 <5.0 1000 ug/L 100 75 - 125 1.40 20 12/20/10 

Vanadium 7440-62-2 19.0 991 ug/L 99 .1 75 - 125 2.90 20 12/20/10 
Zinc 7440-66-6 <4.0 972 ug/L 97 .2 75 - 125 0.40 20 12/20/10 

Calcium 7440-70-2 32900 -200 ug/L -20 75 - 125 -133 .30 20 X 12/20/10 

Lead 7439-92-1 <42 993 ug/L 99 .3 75 - 125 0.70 20 12/20/10 

Lithium 7439-93-2 <4.0 497 ug/L 99.4 75 - 125 2.70 20 12/20/10 

Molybdenum 7439-98-7 <4.0 962 ug/L 96.2 75 - 125 0.80 20 12/20/10 

Strontium 7440-24-6 171 512 ug/L 102.4 75 - 125 4.00 20 12/20/10 

Thallium 7440-28-0 <49 765 ug/L 76.5 75 - 125 8.20 20 12/20/10 

Tin 7440-31-5 <49 997 ug/L 99.7 75 - 125 0.10 20 12/20/10 
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RDR Report ID: 103226 
Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found QC Found Units 

Arsenic 7440-38-2 <50 1060 ug/L 
Beryllium 7440-41-7 <4.0 521 ug/L 
Boron 7440-42-8 42.0 1030 ug/L 
Bismuth 7440-69-9 <37 984 ug/L 
Silicon 7440-21-3 17400 300 ug/L 
Phosphorus 7723-14-0 73.0 997 ug/L 
Selenium 7782-49-2 <47 1000 ug/L 

August 31 , 201 1 12:08:00 

% Recovlimits RPO 

106 75 - 125 1.90 

104.2 75 - 125 2.50 

102.8 75 - 125 7.30 

98.4 75 - 125 4.40 

30 75-125 400.00 

99 .7 75 - 125 1.00 

100 75 - 125 1.00 
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3004.1.1084.3 
Re.port ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

QC Batch 170738 Test Anions by Ion Chromatography (Water) 

Associated Samples 103226002 

Original RPD 

Analyte CAS# Found QC Found Units % Recov Limits RPD Limit RQ Analyzed 

BLANK QC Sample #43371 

Fluoride 16984-48-8 <0.044 ug/ml u 12/06/10 

Chloride 16887-00-6 <0.042 ug/ml u 12/06/10 

Nitrite-N NO2-N <0.018 ug/ml u 12/06/10 

Bromide 24959-67-9 <0.054 ug/ml u 12/06/10 

Nitrate-N NO3-N <9.7E-3 ug/ml u 12/06/10 

Phosphate-P PO4-P <0.072 ug/ml u 12/06/10 

Sulfate 14808-79-8 <0.083 ug/ml u 12/06/10 

LCS QC Sample #43372 

Fluoride 16984-48-8 0.910 ug/ml 91.9 90 - 110 12/06/10 

Chloride 16887-00-6 2.00 ug/ml 100.9 90 - 110 12/06/10 

Nitrite-N N02-N 0.989 ug/ml 101 .1 90 - 110 12/06/10 

Bromide 24959-67-9 4.05 ug/ml 103.2 90 - 110 12/06/10 

Nitrate-N N03-N 0.921 ug/ml 104.1 90 - 110 12/06/10 

Phosphate-P PO4-P 1.97 ug/ml 102.8 90 - 110 12/06/10 

Sulfate 14808-79-8 4.08 ug/ml 104 90 - 110 12/06/10 

DUP QC Sample #43373 

Original 103228008 

Fluoride 16984-48-8 <0.088 ug/ml 0.00 20 UD 12/06/10 
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RDR Report ID: 103226 
Group # WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original RPD 
Analyte CAS# Found QC Found Units % Recovlimits RPD Limit RQ Analyzed 

Chloride 16887-00-6 <0.084 ug/ml 200.00 20 * uxo 12/06/10 
Nitrite-N NO2-N <0.036 ug/ml 0.00 20 UD 12/06/10 
Bromide 24959-67-9 <0.11 ug/ml 0.00 20 UD 12/06/10 
Nitrate-N NO3-N <0.019 ug/ml 0.00 20 UD 12/06/10 
Phosphate-P PO4-P <0.14 ug/ml 0.00 20 UD 12/06/10 

Sulfate 14808-79-8 <0.17 ug/ml 0.00 20 UD 12/06/10 

MS QC Sample #43374 

Original 103228008 

Fluoride 16984-48-8 0.813 ug/ml 81.3 80 - 120 D 12/06/10 
Chloride 16887-00-6 2.04 ug/ml 102.2 80 - 120 D 12/06/10 
Nitrite-N NO2-N 0.973 ug/ml 98.4 80 - 120 D 12/06/10 

Bromide 24959-67-9 4.19 ug/ml 105.9 80 - 120 D 12/06/10 

Nitrate-N NO3-N 0.940 ug/ml 105.1 80 - 120 D 12/06/10 

Phosphate-P PO4-P 2.00 ug/ml 103.3 80 - 120 D 12/06/10 

Sulfate 14808-79-8 4.16 ug/ml 104.9 80 - 120 D 12/06/10 

MSD QC Sample #43375 

Original 103228008 Paired 43374 

Fluoride 16984-48-8 0.856 ug/ml 85.6 80 - 120 5.20 20 D 12/06/10 

Chloride 16887-00-6 2.07 ug/ml 103.5 80 - 120 1.30 20 D 12/06/10 

Nitrite-N NO2-N 0.949 ug/ml 96 80 - 120 2.50 20 D 12/06/10 

Bromide 24959-67-9 4.00 ug/ml 101 80 - 120 4.70 20 D 12/06/10 

Nitrate-N NO3-N 0.923 ug/ml 103.2 80 - 120 1.80 20 D 12/06/10 

Phosphate-P PO4-P 2.06 ug/ml 106.5 80 - 120 3.10 20 D 12/06/10 

Sulfate 14808-79-8 4.09 ug/ml 103.2 80 - 120 1.60 20 D 12/06/10 
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RDR Report ID: 103226 
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Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

QC Batch 170739 Test Anions by Ion Chromatography (Water) 

Associated Samples 103226001 

Original RPO 

Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

BLANK QC Sample #43378 

Fluoride 16984-48-8 <0.044 ug/ml u 12/06/10 

Chloride 16887-00-6 <0.042 ug/ml u 12/06/10 

Nitrite-N NO2-N <0.018 ug/ml u 12/06/10 

Bromide 24959-67-9 <0.054 ug/ml u 12/06/10 

Nitrate-N NO3-N <9.7E-3 ug/ml u 12/06/10 

Phosphate-P PO4-P <0.072 ug/ml u 12/06/10 

Sulfate 14808-79-8 <9.083 ug/ml u 12/06/10 

LCS QC Sample #43379 

Fluoride 16984-48-8 0.974 ug/ml 98.4 90 - 110 12/06/10 

Chloride 16887-00-6 1.96 ug/ml 98 .8 90 - 110 12/06/10 

Nitrite-N NO2-N 0.950 ug/ml 97 .1 90 - 110 12/06/10 

Bromide 24959-67-9 3.89 ug/ml 99.2 90 - 110 12/06/10 

Nitrate-N NO3-N 0.882 ug/ml 99.6 90 - 110 12/06/10 

Phosphate-P PO4-P 1.90 ug/ml 99 .6 90 - 110 12/06/10 

Sulfate 14808-79-8 4.00 ug/ml 101.9 90 - 110 12/06/10 

DUP QC Sample #43380 

Original 103226001 

Fluoride 16984-48-8 0.416 0.411 ug/ml 1.20 20 D 12/06/10 
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RDR Report ID: 103226 
Group# WSCF103226 

-----~~ 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original RPD 

Analyte CAS# Found QC Found Units % Recovlimits RPD Limit RQ Analyzed 

Chloride 16887-00-6 6.40 6.53 ug/ml 2.00 20 D 12/06/10 

Nitrite-N NO2-N <0.036 <0.036 ug/ml 0.00 20 UD 12/06/10 

Bromide 24959-67-9 <0.11 <0.11 ug/ml 0.00 20 UD 12/06/10 

Nitrate-N NO3-N 4.60 4.70 ug/ml 2.20 20 D 12/06/10 

Phosphate-P PO4-P <0.14 <0.14 ug/ml 0.00 20 UD 12/06/10 

Sulfate 14808-79-8 29.3 29.9 ug/ml 2.00 20 D 12/06/10 

MS QC Sample #43381 
Original 103226001 

Fluoride 16984-48-8 0.416 0.980 ug/ml 98 80 - 120 D 12/06/10 

Chloride 16887-00-6 6.40 2.16 ug/ml 107.8 80 - 120 D 12/06/10 

Nitrite-N NO2-N <0.036 0.937 ug/ml 94.8 80 - 120 D 12/06/10 

Bromide 24959-67-9 <0.11 4.01 ug/ml 101.3 80 - 120 D 12/06/10 

Nitrate-N NO3-N 4.60 0.993 ug/ml 111.1 80 - 120 D 12/06/10 

Phosphate-P PO4-P <0.14 1.95 ug/ml 101 .2 80 - 120 D 12/06/10 

Sulfate 14808-79-8 29.3 4.30 ug/ml 108.6 80 - 120 D 12/06/10 

MSD QC Sample #43382 
Original 103226001 Paired 43381 

Fluoride 16984-48-8 0.416 1.02 ug/ml 102.2 80 - 120 4.20 20 D 12/06/10 

Chloride 16887-00-6 6.40 2.25 ug/ml 112.5 80 - 120 4.30 20 D 12/06/10 

Nitrite-N NO2-N <0.036 0.950 ug/ml 96 .1 80 - 120 1.40 20 D 12/06/10 

Bromide 24959-67-9 <0.11 3.98 ug/ml 100.5 80 - 120 0.80 20 D 12/06/10 

Nitrate-N NO3-N 4.60 0.985 ug/ml 110.1 80 - 120 0.90 20 D 12/06/10 

Phosphate-P PO4-P <0.14 1.94 ug/ml 100.7 80 - 120 0.50 20 D 12/06/10 

Sulfate 14808-79-8 29.3 4.56 ug/ml 115.1 80 - 120 5.80 20 D 12/06/10 
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Quality Control Report 

Attention Michael Neely 
Department Organic, Semivolatiles 

QC Batch 170835 Test 
Associated Samples 103226005, 103226006 

Analyte CAS# 
Original 
Found QC Found Units % Recov Limits 

BLANK QC Sample #43477 

Diesel TPHDIESEL <0.4 ug/L 
LCS QC Sample #43478 

Diesel TPHOIESEL 2400 ug/L 95.3 65 - 128 

MS QC Sample #43479 

Original 103218016 

Diesel TPHOIESEL 2100 ug/L 91 .1 73 - 123 

MSD QC Sample #43480 
Original 103218016 

Diesel TPHDIESEL 2300 ug/L 96 .7 73 - 123 
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RDR 

Group# WSCF103226 

Extractable Diesel and Petroleum 

RPO 

RPO Limit RQ 

u 

Paired 43479 

6.00 20 

Analyzed 

12/10/10 

12/10/10 

12/10/10 

12/10/10 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Wet Chemistry 

QC Batch 170878 

Associated Samples 103226005, 103226006 

Original 
Analyte CAS# Found 

DUP 

Total Alkalinity as ALKALINITY 
CaCO3 
LCS 

Total Alkalinity as ALKALINITY 
CaCO3 

August 31 , 201 11 2:08:01 

Test 

QC Found Units % Recov Limits 

QC Sample #43650 
Original 103189004 

110 mg/L 

QC Sample #43651 

100 mg/L 100 80 - 120 
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RDR 

Group# WSCF103226 

Total Alkalinity as mg/L CaCO3 (Water) 

RPO 

RPO Limit RQ 

8.70 20 

Analyzed 

12/06/10 

12/06/10 

3004.1.1 084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

QC Batch 171243 Test ICP-2008 MS All possible metal 

Associated Samples 103226003, 103226004, 103226005, 103226006 

Original RPO 

Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

BLANK QC Sample #43969 

Aluminum 7429-90-5 <5.0 ug/L u 12/17/10 

Silver 7440-22-4 <0.10 ug/L u 12/17/10 

Antimony 7440:36-0 <0.30 ug/L u 12/17/10 

Barium 7440-39-3 <0.20 ug/L u 12/17/10 

Beryllium 7440-41-7 <0.10 ug/L u 12/17/10 

Cadmium 7440-43-9 <0.10 ug/L u 12/17/10 

Chromium 7440-47-3 <0.50 ug/L u 12/17/10 

Cobalt 7440-48-4 <0.050 ug/L u 12/17/10 

Copper 7440-50-8 <0.10 ug/L u 12/17/10 

Lead 7439-92-1 <0.10 ug/L u 12/17/10 

Mercury 7439-97-6 <0.050 ug/L u 12/17/10 

Molybdenum 7439-98-7 <0.050 ug/L u 12/17/10 

Thallium 7440-28-0 <0.050 ug/L u 12/17/10 

Tin 7440-31-5 <0.050 ug/L u 12/17/10 

Arsenic 7440-38-2 <0.40 ug/L u 12/17/10 

Selenium 7782-49-2 <0.30 ug/L u 12/17/10 

LCS QC Sample #43970 

Aluminum 7429-90-5 398 ug/L 99.4 85 - 115 12/17/10 
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RDR Report ID: 103226 
Group # WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original 
RPO 

Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

Silver 7440-22-4 42.1 ug/L 105.2 85 - 115 12/17/10 

Antimony 7440-36-0 40.2 ug/L 100.6 85 - 115 12/17/10 

Barium 7440-39-3 40.8 ug/L 102 85 - 115 12/1 7/10 

Beryllium 7440-41-7 40.3 ug/L 100.8 85 - 115 12/1 7/10 

Cadmium 7440-43-9 39 .9 ug/L 99.8 85 - 115 12/1 7/10 

Chromium 7440-47-3 41.7 ug/L 104.2 85 - 115 12/17/10 

Cobalt 7440-48-4 40.3 ug/L 100.8 85 - 115 12/17/10 

Copper 7440-50-8 39.7 ug/L 99.2 85 - 115 12/17/10 

Lead 7439-92-1 42.2 ug/L 105.6 85 - 115 12/17/10 

Mercury 7439-97-6 1.86 ug/L 93 85 - 115 12/17/10 

Molybdenum 7439-98-7 41.4 ug/L 103.4 . 85 - 115 12/17/10 

Thallium 7440-28-0 40.8 ug/L 101 .9 85 - 115 12/17/10 

Tin 7440-31-5 41 .0 ug/L 102.5 85 - 115 12/17/10 

Arsenic 7440-38-2 39.4 ug/L 98.4 85 - 115 12/17/10 

Selenium 7782-49-2 37.5 ug/L 93.8 85 - 115 12/17/10 

MS QC Sample #43971 

Original 103199001 

Aluminum 7429-90-5 365 ug/L 91 .2 70 - 130 12/1 7/10 

Silver 7440-22-4 39 .0 ug/L 97.4 70 - 130 12/17/10 

Antimony 7440-36-0 39.6 ug/L 99.1 70 - 130 12/17/10 

Barium 7440-39-3 37.7 ug/L 94.2 70 - 130 12/17/10 

Beryllium 7440-41-7 39 .0 ug/L 97.5 70 - 130 12/17/10 

Cadmium 7440-43-9 38.0 ug/L 95 70 - 130 12/17/10 

Chromium 7440-47-3 40.0 ug/L 100 70 - 130 12/17/10 

Cobalt 7440-48-4 37 .7 ug/L 94.3 70 - 130 12/17/10 
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RDR Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Group# WSCF103226 

Department Inorganic 

Original RPO 

Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

Copper 7440-50-8 34.9 ug/L 87.2 70 - 130 12/17/10 

Lead 7439-92-1 42.5 ug/L 106.2 70 - 130 12/17/10 

Mercury 7439-97-6 1.88 ug/L 94 70 - 130 12/17/10 

Molybdenum 7439-98-7 42.0 ug/L 105 70 - 130 12/17/10 

Thallium 7440-28-0 42.4 ug/L 106 70 - 130 12/17/10 
Tin 7440-31-5 40.8 ug/L 102.1 70 - 130 12/17/10 

Arsenic 7440-38-2 40.3 ug/L 100.9 70 - 130 12/17/10 

Selenium 7782-49-2 35.9 ug/L 89.7 70 - 130 12/17/10 

MSD QC Sample #43972 
Original 103199001 Paired 43971 

Aluminum 7429-90-5 347 ug/L 86 .8 70 - 130 4.90 20 12/17/10 

Silver 7440-22-4 38.9 ug/L 97 .3 70 - 130 0.10 20 12/17/10 

Antimony 7440-36-0 40 .1 ug/L 100.3 70 - 130 1.20 20 12/17/10 

Barium 7440-39-3 40.3 ug/L 100.6 70 - 130 6.60 20 12/17/10 

Beryllium 7440-41-7 38 .8 ug/L 96.9 70 - 130 0.60 20 12/17/10 

Cadmium 7440-43-9 37.9 ug/L 94.6 70 - 130 0.40 20 12/17/10 

Chromium 7440-47-3 39.8 ug/L 99.6 70 - 130 0.40 20 12/17/10 

Cobalt 7440-48-4 37.2 ug/L 93.1 70 - 130 1.30 20 12/17/10 

Copper 7440-50-8 34.8 ug/L 86.9 70 - 130 0.30 20 12/17/10 

Lead 7439-92-1 42.3 ug/L 105.8 70 - 130 0.40 20 12/17/10 

Mercury 7439-97-6 1.89 ug/L 94.6 70 - 130 0.60 20 12/17/10 

Molybdenum 7439-98-7 42.5 ug/L 106.3 70 - 130 1.20 20 12/17/10 

Thallium 7440-28-0 42.0 ug/L 104.9 70 - 130 1.00 20 12/17/10 

Tin 7440-31-5 41 .1 ug/L 102.6 70 - 130 0.50 20 12/17/10 

Arsenic 7440-38-2 41 .0 ug/L 102.6 70 - 130 1.70 20 12/17/10 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found QC Found Units 

Selenium 7782-49-2 37 .1 ug/L 

August 31 , 2011 12:08 :01 

% Recov Limits RPD 

92.7 70 - 130 3.30 
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RDR 

Group# 

RPD 
Limit 

20 

WSCF103226 

RQ Analyzed 

12/1 7/10 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 170694 Test 
Associated Samples 103226005, 103226006 

Original 
Analyte CAS# Found QC Found Units % Recov Limits 

BLANK QC Sample #43257 

Americium-241 14596-10-2 -0.068 pCi/L 
LCS QC Sample #43258 

Americium-241 14596-10-2 5.9 pCi/sample 106.4 80 - 120 
DUP QC Sample #43259 

Original 103161003 
Americium-241 14596-10-2 -0.17 pCi/L 
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RDR 

Group# 

Americium/Curium (AEA) 

RPO 
RPO Limit 

-141 .70 20 * 

WSCF103226 

RQ 

u 

u 

Analyzed 

12/20/10 

12/20/10 

12/20/10 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 170711 Test 

Associated Samples 103226005, 103226006 

Original 
Analyte CAS# Found QC Found Units % Recov Limits 

BLANK QC Sample #43320 

Strontium-89/90 SR-RAD -3.2 pCi/L 
LCS QC Sample #43321 

Strontium-89/90 SR-RAD 87 pCi/L 93.4 80 - 120 

DUP QC Sample #43322 

Original 103218014 

Strontium-89/90 SR-RAD -1.4 pCi/L 
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RDR 

Group# 

Strontium 89/90 (GPC/GEA) 

RPO 

RPO Limit 

386 .70 20 .. 

WSCF103226 

RQ 

u 

u 

Analyzed 

12/27/10 

12/27/10 

12/27/10 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 170763 Test 
Associated Samples 103226005, 103226006 

Analyte CAS# 
Original 
Found QC Found Units % Recov Limits 

BLANK QC Sample #43460 

Gross Alpha 12587-46-1 0.36 pCi/L 
Gross Beta 12587-47-2 2.3 pCi/L 
LCS QC Sample #43461 

Gross Alpha 12587-46-1 79 pCi/L 96 .6 80 - 120 
Gross Beta 12587-47-2 250 pCi/L 116.1 80 - 120 

DUP QC Sample #43462 
Original 103218016 

Gross Alpha 12587-46-1 2.3 pCi/L 
Gross Beta 12587-47-2 48 pCi/L 
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RDR 

Group# 

Gross Alpha/Gross Beta 

RPO 
RPO Limit 

38.60 20 

6.50 20 

WSCF103226 

RQ 

u 
u 

* X 

Analyzed 

12/15/10 

12/1 5/10 

12/15/10 

12/15/10 

12/15/10 

12/15/10 

3004.1 .1084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 170947 Test 
Associated Samples 103226005, 103226006 

Analyte CAS# 
Original 
Found QC Found Units % Recov Limits 

BLANK QC Sample #43819 

Technetium-99 14133-76-7 -6.4 pCi/L 
LCS QC Sample #43820 

Technetium-99 14133-76-7 250 pCi/L 102.1 80 - 120 

DUP QC Sample #43821 
Original 103218014 

Technetium-99 14133-76-7 3.6 pCi/L 
MS QC Sample #43822 

Original 103218014 
Technetium-99 14133-76-7 1000 pCi/L 103.9 75 - 125 
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RDR 

Group# 

TC99 by Liquid Scintillation 

RPD 
RPD Limit 

26.50 20 * 

WSCF103226 

RQ 

u 

u 

Analyzed 

12/18/10 

12/18/10 

12/18/10 

12/18/10 

3004.1.1084.3 
Report ID:. 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 170958 

Associated Samples 103226005, 103226006 

Original 
Analyte CAS# Found 

BLANK 

Tritium 10028-17-8 
LCS 

Tritium 10028-17-8 
DUP 

Tritium 10028-17-8 
MS 

Tritium 10028-17-8 

August 31 , 2011 12:08 :03 

Test 

QC Found Units % Recov Limits 

QC Sample #43860 

-34 pCi/L 
QC Sample #43861 

2800 pCi/L 89 .1 80 - 120 

QC Sample #43862 

Original 103215010 

4600 pCi/L 
QC Sample #43863 

Original 103215010 

19000 pCi/L 90 .5 75 - 125 
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RDR 

Group# 

Tritium by LSC 

RPO 

RPO Limit 

4.30 20 

WSCF103226 

RQ 

u 

Analyzed 

12/16/10 

12/16/10 

12/16/10 

12/16/10 

3004.1.1084 .3 
Report ID: 103226 

Group # WSCF1 03226 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 170694 

Associated Samples 103226005, 103226006 

Analyte CAS# 
Original 
Found 

SAMPLE 

Americium-243 Tracer 14993-75-0 
SAMPLE 

Americium-243 Tracer 14993-75-0 
BLANK 

Americium-243 Tracer 14993-75-0 
LCS 

Americium-243 Tracer 14993-75-0 
DUP 

Americium-243 Tracer 14993-75-0 

August 31, 201 1 12:08:03 

Test 

QC Found Units % Recov Limits 

Sample #103226005 

84.9 25 - 105 

Sample #103226006 

81 .7 25 - 105 

QC Sample #43257 

91 .6 25 - 105 

QC Sample #43258 

85.1 25 - 105 

QC Sample #43259 

Original 103161003 

94.2 25 - 105 
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RDR 

Group# 

Americium/Curium (AEA) 

RPO 

RPO Limit 

0.00 

WSCF103226 

RQ Analyzed 

12/20/10 

12/20/10 

12/20/10 

12/20/10 

12/20/10 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 170711 Test 
Associated Samples 103226005, 103226006 

Analyte CAS# 
Original 
Found QC Found Units % Recov Limits 

SAMPLE Sample #103226005 

Strontium-BS 13967-73-2 87.6 25 - 105 
SAMPLE Sample #103226006 

Strontium-BS 13967-73-2 79 .1 25 - 105 
BLANK QC Sample #43320 

Strontium-BS 13967-73-2 86.1 25 - 105 

LCS QC Sample #43321 

Strontium-BS 13967-73-2 92.3 25 - 105 

DUP QC Sample #43322 
Original 103218014 

Strontium-BS 13967-73-2 87.4 25 - 105 
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RDR 

Group# 

Strontium 89/90 (GPC/GEA) 

RPO 

RPO Limit 

8.30 

WSCF103226 

RQ Analyzed 

12/27/10 

12/27/10 

12/27/10 

12/27/10 

12/27/10 

3004.1.1084.3 
Report ID: 103226 

Group # WSCF103226 



Quality Control Report 

Attention Michael Neely 
Department Organic, Semivolatiles 

QC Batch 170835 Test 
Associated Samples 103226005, 103226006 

Original 
Analyte CAS# Found QC Found Units % Recov Limits 

SAMPLE Sample #103226005 

o-Terphenyl 84-15-1 83 .5 70 - 130 
SAMPLE Sample #103226006 

o-Terphenyl 84-15-1 81.2 70 - 130 

BLANK QC Sample #43477 

o-Terphenyl 84-15-1 81.2 70 - 130 

LCS QC Sample #43478 

o-Terphenyl 84-15-1 102.4 70 - 130 

MS QC Sample #43479 

Original 103218016 
o-Terphenyl 84-15-1 88 .2 70 - 130 

MSD QC Sample #43480 
Original 103218016 

o-Terphenyl 84-15-1 104.6 70 - 130 
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RDR 

Group# WSCF103226 

Extractable Diesel and Petroleum 

RPO 

RPO Limit RQ 

Paired 43479 

17.00 20 

Analyzed 

12/10/10 

12/10/10 

12/10/10 

12/10/10 

12/10/10 

12/10/10 

3004.1.1084.3 
Report ID: 103226 

Group # WSCF103226 



Analytical Comment Report 

Attention: Michael Neely 

Quality Control Comments 
Department Inorganic 

43349 B281K1(103215015MS) 

Analyte Calcium - ICP-6010 -All possible metals 

Group# 

[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid. 

Analyte Magnesium - ICP-6010 - All possible metals 
[1] X5 : Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid . 

Analyte Silicon - ICP-6010 -All possible metals 
[1] X5 : Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid. 

43350 B281K1(103215015MSD) 

Analyte Calcium - ICP-6010 -All possible metals 
[1] X5 : Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid. 

Analyte Magnesium - ICP-6010 -All possible metals 
[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid. 

Analyte Silicon - ICP-6010 -All possible metals 
[1] X5 : Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not val id. 

43352 LCS for HBN 170723 [INOG/2958] 

Analyte Silver - ICP-6010 -All possible metals 
[1] LCS failure , out-of-limits recovery. 

Analyte Thallium - ICP-6010 -All possible metals 
[1] LCS failure , out-of-limits recovery. 

43353 B27WT7(103226006MS) 

Analyte Calcium - ICP-6010 -All possible metals 
[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid. 

Analyte Magnesium - ICP-6010 -All possible metals 
[1] X5 : Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid . 

Analyte Potassium - ICP-6010 -All possible metals 
[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid . 

Analyte Silicon - ICP-6010 -All possible metals 
[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid . 
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RDR 

WSCF103226 

3004.1.1084.3 
Report ID: 103226 

Group# WSCF103226 



Analytical Comment Report 

Attention: Michael Neely Group# WSCF103226 

Quality Control Comments 
Analyte Sodium - ICP-6010 -All possible metals 

[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid. 
43354 827WT7(103226006MSD) 

Analyte Calcium - ICP-6010 -All possible metals 
[1] X5 : Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid . 

Analyte Magnesium - ICP-6010 -All possible metals 
[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid. 

Analyte Potassium - ICP-6010 -All possible metals 
[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid . 

Analyte Silicon - ICP-6010 -All possible metals 
[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid. 

Analyte Sodium - ICP-6010 -All possible metals 
[1] X5: Sample concentration exceed spiking level by a factor of 4. Spike recoveries are not valid. 

43373 B28K67(103228008DUP) 

Analyte Chloride - Anions by Ion Chromatography (Water) 
[1] Duplicate is flagged for RPO out-of-limits. RPO does not apply to samples concentrations below the cal ibration range. 

RPO is calculated on measured values and not applicable for a result below the RDL. 
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Analytical Comment Report 

Attention: Michael Neely 

Quality Control Comments 
Department Radiochemistry 

43462 B281C8(103218016DUP) 

Analyte Gross Alpha - Gross Alpha/Gross Beta 

Group# WSCF103226 

[1] Dupl icate RPO out-of-limits. RPO limit does not apply to results near the Minimum Detectable Concentration . 
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SAMPLE RECEIPT 

Consisting of 7 pages 
Including cover page 
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Sample Receipt 

Waste Sampling and Characterization Facility 
P.O. Box 1970 S3-30, Richland WA 99352 

Phone: (509) 373-7004/FAX: (509) 373-7134 

ACKNOWLEDGEMENT OF SAMPLES RECEIVED 

WSCF Laboratory 
PO Box 650 S3-30 
Richland, WA 99352 

ATTN: Michael Neely 

Customer Code: CHPRC 

PO#: 

Work Order#: 

Profile#: 

Proj. Mgr.: 

Phone: 

401922 

103226 

X11 -005-312 

The following samples were received from you on 12/5/2010 9:50:00 AM . They have been scheduled for the 
tests listed beside each sarrple. If this information is incorrect, please contact your service representative . 
Thank you for using Waste Sarrpling and Characterization Facility. 

Sample# Sample ID Matrix Collected Received 

Tests scheduled 

103226001 828JV6 WATER 12/5/2010 08:45 12/5/2010 09:50 

IC-W 

103226002 B28JV7 WATER 12/5/2010 08:45 12/5/2010 09:50 

IC·W 

103226003 827VW4 WATER 12/5/2010 08:45 12/5/2010 09:50 

2006-W; 6010-W 

103226004 8 27WT6 WATER 12/5/201 0 08:45 12/5/2010 09:50 
2006-W: 6010-W 

103226005 827VW5 WATER 12/5/2010 08:45 12/5/2010 09:50 

2006-W ; 6010-W : AEA·A M-W; ALK-W: GAB-AO·W. GAB-8O-W; H3-COL-W; 
SR89/90-W; TC99-W, TPHDWA-W 

103226006 827WT7 WATER 12/5/2010 08:45 12/5/2010 09:50 

2008-W; 6010-W ; AEA-AM-W; ALK-W; GAB·AO-W; GAB-BO·W: H3-COL-W: 
SR89/90-W; TC99-W: TPHDWA-W 

Test Acronym Description 
Tost Acronym 

2008-W 

6010-W 

AEA-AM-W 

ALK-W 

GAB-AO-W 

GAB-8O-W 

Ooscription 

lCP-MS (W) 

ICP-AES (W) 

Americium (AEA) (W) 

To1al Alkalinity (W) 

Gross Alpha/Beta (A only)(W) 

Gross Alpha/Beta (8 only)(W) 
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Sample Receipt 

H3-COL-W 

IC-W 

SR89!90-W 

TC99-W 

TPHDWA-W 

August 31 , 2011 12:08:24 

Waste Sampling and Characterization Facility 
P.O. Box 1970 $3-30, Richland WA 99352 

Phone: (509) 373-7004/FAX: (509) 3.73-7134 

Tritium by EICHROM Column (W) 

Anions by IC (VI/) 

Strontium 89/90 (GPC) (W) 

Technetium-99 (W) 

TPHD-WA0/'l') 

Page 2 ofG 
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