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SDGNo. Order No. 

JP0249 RC-182 

TestAmerlca 

rptSTLRchTi tle vJ .73 

Analytical Data Package Prepared For 

Washington Closure Hanford 

Radiochemical Analysis By 

TestAmerica 

2800 G. W. Way, Richland Wa, 99354, (509)-375-3131. 

Assigned Laboratory Code: T ARL 

Data Package Contains 27 Pages 

Report No.: 47811 

Results in this report relate only to the sample(s) analyzed. 
Client Sample ID (List Order) Lot-Sa No, Work Order Report DB ID 

J1KMN4 J1H020407-1 MLA731AA 9MLA7310 

J1KMN5 J1 H020407-2 MLA751AA 9MLA7510 

J1KMN6 J1 H020407-3 MLA761AA 9MLA7610 

J1KMN7 J1 H020407-4 MLA771AA 9MLA7710 

J1KMN8 J1H020407-5 MLA781AA 9MLA7810 

J1KMN9 J1H020407-6 MLA791AA 9MLA7910 

J1KMP0 J1H020407-7 MLA8A1AA 9MLA8A10 

TestAmerica Laboratories, Inc. 

Batch No. 

1214243 

1214243 

1214243 

1214243 

1214243 

1214243 

1214243 



Test America 
THE LEADER IN ENVIRONMENTAL TESTING 

Certificate of Analysis TestAmerica Laboratories, Inc. 

Washington Hanford Closure 
2620 Fermi Avenue 
Richland, WA 99354 

August 8, 2011 

Attention: Joan Kessner 

SAFNumber 
Date SDG Closed 
Number of Samples 
Sample Type 
SDGNumber 
Data Deliverable 

I. Introduction 

RC-182 
August 1, 2011 
Seven (7) 
Soil 
JP0249 
3-Day / Summary 

CASE NARRATIVE 

On August 1, 2011, seven soil samples were received at TestAmerica for chemistry analysis. Upon 
receipt, the sample was assigned the following laboratory ID number to correspond with the Washington 
Closure Hanford (WCH) specific ID: 

WCHID# TARLID# MATRIX DATE OF RECEIPT 
JlKMN4 MLA73 SOIL 8/1/11 
JlKMNS MLA75 SOIL 8/1/11 
JlKMN6 MLA76 SOIL 8/1/11 
J1KMN7 MLA77 SOIL 8/1/11 
JlKMN8 MLA78 SOIL 8/1/11 
J1KMN9 MLA79 SOIL 8/1/11 
JIKMP0 MLA8A SOIL 8/1/11 

II. Sample Receipt 

The samples were received in good condition and no anomalies were noted during check-in. 

III. Analytical Results/Methodology 

The analytical results for this report are presented by laboratory sample ID. Each set of data includes 

2600 GeQrge Was.hlnQJon Way Richland, WA 99354 tel 509.375.3131 fax 509.375.5590 www.testamerlcalnc.com 
TestAmenca Laboratones,-Inc. 2 · 



Washington Closure Hanford 
August 8, 2011 

sample identification information, analytical results and the appropriate associated statistical errors. 

The requested analysis was: 

Chemical Analysis 
Hexavalent Chromium by EPA method 7196A 

IV. Quality Control 

The analytical results for each analysis performed includes a minimum of one laboratory control sample 
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted 
in the "Comments" section. 

QC and sample results are reported in the same units. 

V. Comments 

Chemical Analysis 
I-Iexavalent Chromium by EPA method 7196A: 
The LCS, batch blank, samples, sample duplicate (J1KMN4) and sample matrix spike (J1KMN4) results 
are within contractual requirements. 

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for 
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy 
data package has been authorized by the Laboratory Manager, or a designee as verified by the following 
signature. 

Reviewed and approved: 

0ch~ ~"'-
· Rhonda Wagar 
Project Manager 

TestAmerica Laboratories, Inc. 3 
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Drinking Water Method Cross References 
--- - - - - ----------- 1 

Referenced Method 
A 901.1 EP 

EP A 900.0 
EP A 00-02 
EP A 903.0 
EP A 903.1 
EP A 904.0 
EP A 905.0 
AS TM 05174 
EP A 906.0 

DRINKING WA1ER ASTM METHOD CROSS REFERENCES 

lsotope(s) TestAmerica Rich land's SOP No. 
Cs-134, 1-131 RL-GAM-001 
Alpha & Beta RL-GPC-001 
Gross Alpha (Copreclpltatlon) RL-GPC-002 
Total Alpha Radium (Ra-226) RL-RA-002 
Ra-226 RL-RA-001 
Ra-228 RL-RA-001 
Sr-89/90 RL-GPC-003 
Uranium RL-KPA-003 
Tritium RL-LSC-005 

L 

Results in this report relate only to the sample(s) analyzed. 

Uncertainty Estimation 
TestAmerica Richland has adopted the internationally accepted approach to estimating 

unc ertainties described in "NIST Technical Note 1297, 1994 Edition". The approach, "Law of Propagation 
Errors" , involves the identification of all variables in an analytical method which are used to derive a of 

res ult. These variables are related to the analytical result (R) by some functional relationship, R = constants 
x,y,z, ... ). The components (x,y,z) are evaluated to determine their contribution to the overall method 
ertainty. The individual component uncertainties (ui) are then combined using a statistical model that 
vides the most probable overall uncertainty value. All component unce1tainties are categorized as type 
evaluated by statis tical methods, or type B, evaluated by other means. Uncertainties not included in the 

mponents, such as sample homogeneity, are combined with the component uncertainty as the square root 

* f( 
unc 
pro 
A, 
co 
oft he sum-of-the-squares of the individual uncertainties. The uncertainty associated with the derived result 

he combined uncertainty (ue) multiplied by the coverage factor (1,2, or 3). is t 

unc 
When three or more sample replicates are used to de1ive the analytical result, the type A 

ertainty is the standard deviation of the mean value (S/7 n), where S is the standard deviation of the 
ived results. The type B uncertainties are all other random or non-random components that are not 
luded in the standard deviation. 

der 
inc 

ava 
The derivation of the general "Law of Propagation of Errors" equations and specific example are 

ilable on request. 

TestAmerlc a 
rntGcnernlh lfo V3,72 

TestAm erica Laboratories, Inc. 4 



Action Lev 

Batch 

Blas 

COCNo 

Count Error (#s) 

Total Unccrt (#s) 
lie - Co111b/11ed 
U11certai11ty. 

(#s), Coverage 
Factor 
CRDL (RL) 

Le 

Lot-Sample No 

MDqMDA 

Primary Detector 

Ratio U-234/U-238 

Rst/MDC 

Rst/TotUcert 

Report DB No 

RER 

SDG 

Sum Rpt Alpha 
Spec Rst(s) 

Work Order 

Yield 

TestAmerlca 
rn tGencrnllnfo v3.72 

Report Definitions 
An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action 
Level. Often the Action Level is related to the Decision Limit. 

The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed 
together. · 

Defined by the equation (Result/Expected)-! as defined by ANSI NI 3.30. 

Chain of Custody Number assigned by the Client or TestAmerica. 

Poisson counting ·statistics of the gross sample count and background. The uncertainty is absolute and in the same 
units as the result. For Liquid Scintillation Counting (LSC) the batch blank count is the background. 

All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure 
of the uncertainty associated with the result, Uc the combined uncertainty. The uncertainty is absolute and in the 
same units as the result. 

The coverage factor defines the width of the confidence interval , 1, 2 or 3 standard deviations. 

Contractual Required Detection Limit as defined in the Client's Statement Of Work or TestAmerica "default" 
nominal detection limit. Often referred to the reporting level (RL) 

Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume 
associated with the sample. The Type I error probability is approximately 5%. Lc=(l .645 * 
Sqrt(2*(BkgrndCnt/BkgmdCntMin)/SCntMin)) * (ConvFct/(Eff*Yld* Abn*Vol) * IngrFct). For LSC methods the 
batch blank is used as a measure of the background variability. Le cannot be calculated when the background count 
is zero. 

The number assigned by the LIMS software to track samples received on the same day for a given client. The 
sample number is a sequential number assigned to each sample in the Lot. 

Detection Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume 
with a Type I and II error probability of approximately 5%. MDC= (4.65 * 
Sqrt((BkgrndCnt/BkgrndCntMin)/SCntMin) + 2.71 /SCntMin) * (ConvFct/(Eff *Yid* Abn *Vol)* lngrFct). For 
LSC methods the batch blank is used as a measure of the background variability. 

The instrument identifier associated with the analysis of the sample aliquot. 

The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 4321 C is 
l.038. 

Ratio of the Result to the MDC. A value greater than I may indicate activity above background at a high level of 
confidence. Caution should be used when applying this factor and it should be used in concert with the qualifiers 
associated with the result. 

Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than I may 
indicate act ivity above background at approximately the 95% level of confidence assuming a two-sided confidence 
interval. Caut ion should be used when applying this factor and it should be used in concert with the quali fi ers 
associated with the result. 

Sample Identifi er used by the report system. The number is based upon the first five digits of the Work Order 
Number. 

The equation Repl icate Error Ratio = (S-D)/[sqrt(TPUs2 + TPUd2
) ] as defined by ICPT BOA where Sis the original 

sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the 
total uncertainty of the duplicate sample. 

Sample Delivery Group Number assigned by the Client or assigned by TestAmerica upon sample receipt. 

The sum of the reported alpha spec results for tests derived from the same sample excluding duplicate result where 
the results are in the same units. 

The LIMS software assign test specifi c identifier. 

The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 method. 

TestAmerica Laboratories, Inc. 5 



Sample Results Summary Date: 08-Aug-11 

TestAmerica TARL 
Ordered by Method, Batch No., Client Sample ID. 

Report No. : 47811 SDG No: JP0249 

Client Id Tracer MDC or 
Batch Work Order Parameter Result+- Uncertainty ( 2s) Qual Units Yield MOA CRDL RPO 

1214243 7196_CR6 

J1KMN4 
MLA731M HEXCHROME 6.01 E+00 +- 0.0E+00 mg/kg N/A 1.55E-01 1.55E-01 

MLA731AD HEXCHROME 5.97E+00 +- 0.0E+00 mg/kg N/A 1.55E-01 3.50E-01 0.6 

J1KMN5 
MLA751M HEXCHROME 1.55E-01 +- 0.0E+00 u mg/kg N/A 1.55E-01 1.55E-01 

J1KMN6 
MLA761M HEXCHROME 3.79E-01 +- 0.0E+00 mg/kg N/A 1.55E-01 1.55E-01 

J1KMN7 
MLA771M HEXCHROME 1.81E-01 +- 0.0E+00 mg/kg N/A 1.55E-01 1.55E-01 

J1KMN8 
MLA781M HEXCHROME 2.28E+00 +- 0.0E+00 mg/kg N/A 1.55E-01 1.55E-01 

J1KMN9 
MLA791M HEXCHROME 1.55E-01 +- 0.0E+00 u mg/kg N/A 1.55E-01 1.55E-01 

J1KMP0 
MLA8A1M HEXCHROME 1.55E-01 +- 0.0E+00 u mg/kg N/A 1.55E-01 1.55E-01 

No. of Results: 8 

TestAmerica RPD - Relative Percent Difference. 

rptSTLRchSaSum U Qual - Analyzed for but not detected nbove llmltlng criteria. Limit criteria Is less than the Mdc/Mda/Mdl, Total Uneert, CRDL, RDL or 
mary2 v5.2.1 5 not Identified by gamma scan software, 

A2002 

TestAmerica Laboratories, Inc. 6 



Report No. : 47811 

Batch 
Work Order Parameter 

7196_CR6 
1214243 MATRIX SPIKE, J1KMN4 

MLA731AC HEXCHROME 
1214243 LCS, 

MLCXE1AC HEXCHROME 
1214243 BLANK QC, 

MLCXE1M HEXCHROME 

No. of Results: 3 

QC Results Summary 

TestAmerica TARL 
Ordered by Method, Batch No, QC Type,. 

Result +- Uncertainty ( 2s) Qual Units 

8.51 E+00 +- O.0E+00 mg/kg 

1.74E+01 +· 0.0E+00 mg/kg 

1.55E-01 +- 0.0E+00 u mg/kg 

TestAmerica Bins - (Result/Expected)-1 as defined by ANSI NtJ.30. 

Date: 08-Aug-1 1 

SDG No.: JP0249 

Tracer LCS 
Yleld Recovery Blas MDCjMDA 

NIA 85% -0.2 1.55E-01 

N/A 87% -0.1 1.55E-01 

N/A 1.55E-01 

rptSTLRchQcSum U Qual - Analyzed for but not detected above limiting criteria, Limit criteria Is less than the Mdc/Mdn/Mdl, Totnl Uncert, CRDL, RDL or 
mary V5.2.15 not Identified by gamma scan software. 

A2002 

TestAmerica Laboratories, Inc. 7 
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Lab Name: T estAmerica 

Lot-Sample No.: J1 H020407-1 

Client Sample ID: J1 KMN4 

Parameter 

Batch: 1214243 

HEXCHROME 

No. of Results: 1 

Result 

7196_CR6 

6.01E+OO 

Comments: 

Qua} 
Count 

Error ( 2 s) 
Total 

Uncert( 2 s) 

FORMI 

SAMPLE RESULTS 

SDG: JP0249 

Report No. : 47811 

COC No. : RC-182-086 

.MDC I .MDA, Rpt Unit, Yield Rst/MDC, 
Action Lev Le CRDL(RL) Rst/TotUcert 

Work Order. MLA731AA Report DB ID: 9MLA7310 

O.OE+OO 1.55E-01 mg/kg NIA (38.7) 

1.55E-01 NIA 

Date: 08-Aug-11 

Collection Date: 8/1/2011 9:00:00 AM 

Received Date: 8/1/2011 4:10:00 PM 

Matrix: SOIL 

Ordered by Client Sample ID, Batch No. 
I 

Analysis, 
Prep Date 

8/3/1112:15 p 

Total Sa Aliquot Priirulq' 
Size Size Detect11r 

2.5056 

g 

TestAmerica MDCJMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 
rptSTLRchSample U Qual -Analyzed for but not detected above limiting criteria. Limit criteria is less than the Mdc/Mda/Mdl, Total Uncert, CRDL, RDL or not identified by gamma scan software. 

VS.2.15 A2002 
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Lab Name: TestAmerica 

Lot-Sample No.: J1 H020407-2 

Client Sample ID: J1 KMN5 

FORMI 

SAMPLE RESULTS 

SDG: JP0249 

Report No. : 47811 

COC No.: RC-182-086 

Date: 08-Aug-11 

Collection Date: 8/1/2011 9:05:00 AM 

Received Date: 8/1/2011 4:10:00 PM 

Matrix: SOIL 

Ordered by Client Sample ID, Batch No. ::i----------------------------------------------------------""-------------0 
Parameter 

Batch: 1214243 

HEXCHROME 

No. of Results: 1 

Result 
Qu.al 

7196_CR6 

1.55£-01 U 

Comments: 

Count 
Ecror ( 2 s) 

Total 
Uncert( 2 s) 

MDC I MDA, Rpt Unit, 
Action Lev Le 

Yield Rst/MDC, 
CRDL(RL) Rst/TotUcert 

Work Order. MLA751AA Report DB ID: 9MLA7510 

O.OE+OO 1.55E-01 mg/kg N/A 1. 

1.55E-01 NIA 

Arutlysis, 
Prep Date 

8/3/1112:15 p 

TestAmerica MDCJMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 

Total Sa 
Size 

Aliquot 
Size 

2.503 

g 

Primary 
Detector 

rptSTLRchSample U Qual • Analyzed for but not detected above limiting criteria Limit criteria is less than the Mdc/Mda/Mdl, Total Uncert, CRDL, RDL or not identified by gamma scan software. 

V5.2.15 A2002 
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lab Name: T estAmerica 

Lot-Sample No.: J1 H020407-3 

Client Sample ID: J1 KMN6 

Parameter 

Batch: 1214243 

HEXCHROME 

No. of Results: 1 

Result 

7196_CR6 

3.79E-01 

Comments: 

Qual 
Count 

Error ( 2 s} 
Total 

Uncert( 2 s} 

FORMI 

SAMPLE RESULTS 

SDG: JP0249 

Report No.: 47811 

COC No.: RC-182-086 

MDC I MDA, Rpt Unit, Yield Rst/MDC, 

Action Lev Le CRDL(RLJ Rst/TotUcert 

Work Order. MLA761AA Report DB ID: 9MLA7610 

O.OE+OO 1.55E-01 mg/kg NIA (2.4) 

1.55E-01 NIA 

Date: 08-Aug-11 

Collection Date: 8/1/2011 9:10:00 AM 

Received Date: 8/1/2011 4:10:00 PM 

Matrix: SOIL 

Ordered by Client Sample ID, Batch No. 
I 

Analysis, 
Prep Date 

8/3/11 12:15 p 

Total Sa Aliquot Primary 
Size Size Detec4>r 

2.0571 

g 

0 

TestAmerica MDCJMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 
rptSTLRchSample U Qual -Analyzed for but not detected above limiting criteria Limit criteria is less than the Mdc/Mda/Mdl, Total Uncert, CRDL, RDL or not identified by gamma scan software. 

VS.2.15 A2002 



Lab Name: TestArnerica 

Lot-Sample No.: J1H020407-4 

Client Sample ID: J1KMN7 

FORMI 

SAMPLE RES UL TS 

SDG: JP0249 

Report No. : 47811 

COC No. : RC-182-086 

Date: 08-Aug-11 

Collection Date: 8/1/2011 9:15:00 AM 

Received Date: 8/1/2011 4:10:00 PM 

Matrix: SOIL 

Ordered by Client Sample ID, Batch No. ::s------------------------------------------------------------------~,-
(") Result Count Total MDCjMDA, Rpt Unit, Yield Rst/MDC, Analysis, Total Sa Aliquot Primafy 

Parameter 

Batch: 1214243 

HEXCHROME 

No. of Results: 1 

7196_CR6 

1.81E-01 

Comments: 

Qual Error ( 2 s) Uncert( 2 s) Action Lev Le CRDL(RLJ Rst/TotUcert Prep Date Size Size Detec19r 

Work Order: MLA771AA 

O.OE+OO 1.55E-01 mg/kg 

Report DB ID: 9MLA7710 

NIA (1.2) 

1.SSE-01 NIA 

8/3/1112:15 p 2.5054 

g 

TestAmerica MDCIMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 
rptSTLRchSample U Qual • Analyzed for but not detected above limiting criteria limit criteria is less than the Mdc/Mda/Mdl, Total Uncert, CRDL, RDL or not identified by gamma scan software. 

VS.2.15 A2002 
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FORMI 

SAMPLE RESULTS 
Date: 08-Aug-11 

~ Lab Name: TestAmerica SDG: JP0249 Collection Date: 8/1/2011 9:20:00 AM 
er 
~ Lot-Sample No.: J1 H020407-5 Report No. : 47811 Received Date: 8/1/2011 4:10:00 PM 
8 
::! . Client Sample ID: J1KMN8 COC No.: RC-182-086 Matrix: SOIL 
~ 

·u, Ordered by Client Sample ID, Batch No. 5"--------------------------------------------------------------------,,-
0 Result Count Total MDCjMDA, Rpt Unit, Yield Rst/MDC, Analysis, Total Sa Aliquot Primary 

N 

Parameter 

Batch: 1214243 

HEXCHROME 

No. of Results: 1 

7196_CR6 

2.28E+OO 

Comments: 

Qual Error ( 2 s) Uncert( 2 s) Action Lev Le CRDL(RL) Rst/TotUcert Prep Date Size Size Detect9r 

Work Order. MLA781AA 

O.OE+OO 1.55E-01 mg/kg 

Report DB ID: 9MLA7810 

NIA (14.7) 

1.55E-01 NIA 

8/3/1112:15 p 2.5047 

g 

TestAmerica MDCIMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 
rptSTLRchSample U Qual -Analyzed for but not detected above limiting criteria. Limit criteria is less than the Mdc/Mda/Mdl, Total Uncert, CRDL, RDL or not identified by gamma scan software. 

V5.2.15 A2002 
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Lab Name: T estAmerica 

Lot-Sample No.: J1 H020407-6 

Client Sample ID: J1 KMN9 

Parameter 

Batch: 1214243 

HEXCHROME 

No. of Results: 1 

Result 
Qual 

7196_CR6 

1.55E-01 U 

Comments: 

Count 
Error ( 2 s) 

Total 
Uncert( 2 s) 

FORMI 

SAMPLE RESULTS 

SDG: JP0249 

Report No.: 47811 

COC No.: RC-182-086 

MDC I MDA, Rpt Unit, Yield Rst/MDC, 
Action Lev Le CRDL(RLJ Rst/TotUcert 

Work Order: MLA791AA Report DB ID: 9MLA7910 

O.OE+OO 1.55E-01 mg/kg NIA 1. 

1.55E-01 NIA 

Date: 08-Aug-11 

Collection Date: 8/1 /2011 9:25:00 AM 

Received Date: 8/1/2011 4:10:00 PM 

Matrix: SOIL 

Ordered by Client Sample ID, Batch No. 
I 

Analysis, 
Prep Date 

8/3/1112:15 p 

Total Sa Aliquot Primary 
Size Size Detector 

2.5024 

g 

w 

TestAmerica MDCIMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 

rptSTLRchSample U Qual -Analyzed for but not detected above limiting criteria Limit criteria is less than the Mdc/Mda/Mdl, Total Uncert, CRDL, RDL or not identified by gamma scan software. 

V5.2.15 A2002 
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Lab Name: TestAmerica 

Lot-Sample No.: J1H020407-7 

Client Sample ID: J1KMP0 

Parameter 

Batch: 1214243 

HEXCHROME 

No. of Results: 1 

Result 
Qual 

7196_CR6 

1.55£-01 U 

Comments: 

Count 
Error ( 2 s) 

Total 
Uncert( 2 s) 

FORMI 

SAMPLE RES UL TS 

SDG: JP0249 

Report No.: 47811 

COC No. : RC-182-086 

MDC I MDA. Rpt Unit, Yield Rst/MDC, 
Action Lev Le CRDL(RLJ Rst/TotUcert 

Work Order. MLA8A1AA Report DB ID: 9MLA8A 10 

0.0E+00 1.55E-01 mg/kg NIA 1. 

1.55E-01 NIA 

Date: 08-Aug-11 

Collection Date: 8/1/2011 9:30:00 AM 

Received Date: 8/1/2011 4:1 0:00 PM 

Matrix: SOIL 

Ordered by Client Sample ID , Batch No. 

Analysis, 
Prep Date 

8/3/1112:15p 

Total Sa Aliquot Primary 
Size Size Detector 

2.5032 

g 

TestAmerica MDCIMDA,Lc - Detection, Decision Level based on instrument background or blank. adjusted by the sample Efficiency, Yield, and Volume. 
rptSTLRchSample U Qua( -Analyzed for but not detected above limiting criteria. Limit criteria is less than the Mdc/Mda/Mdl, Total Uncert, CRDL, RDL or not identified by gamma scan software. 

VS.2.15 A2002 
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Lab Name: TestAmerica 

Lot-Sample No.: J1H020407-1 

Client Sample ID: J1 KMN4 

FORM II 

DUPLICATE RESULTS 

SDG: JP0249 

Report No.: 47811 

COC No.: RC-182-086 

Date: 08-Aug-11 

Collection Date: 8/1/2011 9:00:00 AM 

Received Date: 8/1/20114:10:00 PM 

Matrix: SOIL 

,-----------------------------------------------------
Parameter 

Result, 
OrigRst Qual 

Count 
Error ( 2 s) 

Total :rvmc I JvIDA, 
Uncert( 2 s) Action Lev 

Rpt Unit, Rst/MDC, An:ilysis, Total Sa 
CRDL Yield Rst/TotUcert Prep Date Size 

Batch: 1214243 7196_CR6 Work Order: MLA731AD Report DB ID: MLA731ER Orig Sa DB ID: 9MLA7310 

HEXCHROME 5.97E+00 0.0E+00 1.SSE-01 mg/kg N/A (38.5) 8/3/11 12:15 p 

6.01E+00 RPO 0.6 3.S0E-01 NIA 

No. of Results: 1 Comments: 

V, 

TestAmerica RPD - Relative Percent Difference. 

rptSTLRchDupV5.2 MDCjMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 

.15 A2002 

Aliquot Primary 
Size Detector 

2.5018 

g 
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Lab Name: 

Matrix: 

TestAmerica 

SOIL 

FORM II 

BLANK RESULTS 

Date: 08-Aug-11 

SDG: JP0249 

Report No.: 47811 

~-------------------------------------------------------------------­.vi Count Total MDCIMDA Rpt Unit, Rst/MDC, Analysis, Total Sa Aliquot Primary 
::l Size Size Detector Parameter Result Qual Error ( 2 s) Uncert( 2 s) CRDL Yield Rst/TotUcert Prep Date 
n ___________________________________________________________________ _ 

Batch: 1214243 7196_CR6 Work Order: MLCXE1AA Report DB ID: MLCXE1AB 

HEXCHROME 1.55E-01 u 0.0E+00 1.55E-01 mg/kg N/A 1. 8/3/11 12:15 p 2.5 

1.55E-01 N/A g 

No. of Results: 1 Comments: 

0, 

TestAmerica 

rptSTLRchBlank 
VS.2.15 A2002 

MDCIMDA,Lc - Detection, Decision Level based on instrument background or blank, adjusted by the sample Efficiency, Yield, and Volume. 
U Qua! - Analyzed for but not detected above limiting criteria. Limit criteria is less than the Mdc/Mda/Mdl, Total Uncert, CRDL, RDL or not identified by gamma scan software. 
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lab Name: 

Matrix: 

T estAmerica 

SOIL 

FORM II 

LCS RESULTS 

Date: 08-Aug-11 

SDG: JP0249 

Report No.: 47811 

~v,-----------------------------------------------------------------
Primary I 

Parameter 

Batch: 1214243 

HEXCHROME 

No. of Results: 1 

Result Count 

7196_CR6 

1.74E+-01 

Comments: 

Qua! Error ( 2 s) 
Total Report 

Uncert( 2 s) MDC I MDA Unit Yield Expected 
Expected 
Uncert 

Work Order: MLCXE1AC Report DB ID: MLCXE1AS 

O.0E+00 1.55E-O 1 mg/kg N/A 2.00E+01 

Rec limits: 80 120 

TestAmerica 

rptSTLRchlcs 
VS.2.15 A2002 

Bias - (Result/Expected)-1 as defined by ANSI N13.30. 

Recovery, 
Bias 

87% 

-0.1 

Analysis, 
Prep Date 

8/3/1112:15p 

Aliquot 
Size 

2.5 

g 

Detector 
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Lab Name: TestAmerica 

Lot-Sample No.: J1H020407-1, J1KMN4 

FORM II 
Date: 08-Aug-11 

MATRIX SPIKE RESULTS 

SDG: JP0249 

Report No.: 47811 Matrix: SOIL 

('1)----------------------------------------------------------------­.CJ> 

5' 
() Parameter 

Batch: 1214243 

HEXCHROME 

SpikeResult, 
Orig Rst 

Count 
Qual Error ( 2 s) 

Work Order: MLA731AC 

8.51E+00 

6.01E+00 

Total Rpt Unit, 
Uncert(2s) :MDC I.MDA CRDL Yield 

Rec­
overy 

Report DB ID: MLA731CW Orig Sa DB ID: 9MLA7310 

0.0E+00 1.SSE-01 mg/kg N/A 84.96% 

Number of Results: 

Comments: 

00 

TestAmerica 

rptSTLRchMs 
V5.2.15 A2002 

RER - Replicate Error Ratio= (S-D)/[sqrt(sq(TPUs)+sq(TPUd))] as defined by ICPT BOA. 
Bias - (Result/Expected)-1 as defined by ANSI N13.30. 

Expected, 
Uncert 

Analysis, 
Prep Date 

1.00E+01 8/3/11 12:15 p 

Aliquot 
Size 

2.5021 

g 

Analy Method, 
Primacy Detector 

7196_CR6 



Test America 
THE LEADER IN ENVIRONMENTAL TESTING 

Batch Number(s}: 1214243 

Lab Samole Numbers or SDG: JP0249 

Richland Laboratory 
Data Review Check List 
Hexavalent Chromium 

Method/fest/Parameter: Cr+6 in SOLID I RL-WC-004 

Review Item 

A. Initial Calibration 

1. Performed at required frequency with required number of levels? 

2. Correlation coefficient within QC limits? 

3. Initial calibration verification (ICV) analyzed immediately after calibration and results 
within QC limits? 

4. Initial calibration blank (ICB) analyzed immediately after ICV and concentrations of 
all parameters ~ reporting limit? 

B. Continuing Calibration 

1. CCV analyzed at required frequency and all parameters within QC limits? 

2. CCB analyzed at required frequency and all results~ reporting limit? 

C. Sample Analysis 

1. Were any samples with concentrations above the linear range for any parameter diluted 
and reanalyzed? 

2. Were all sample holding times met? 

D. QC Samples 

1. All results for the preparation blank below limits? 

2. MS or MS/MSD recoveries within QC limits and ¾RPD (for MSD) acceptable? 

3. LCS percent recovery within QC limits and ¾RPD (for LCSD) acceptable? 

4. Analytical spikes within QC limits where applicable? 

5. ICP only: One serial dilution performed per SDG? 

6. ICP only: CRDL standard (CRI or CRA) analyzed at required frequency? 

7. ICP only: Interference check samples (!CSA, ICSAB) and HICAL analyzed at the 
required frequencies and within QC limits? 

Form CG - 191 , Rev . 4 , 2/03 
TestAmerica Laboratories, Inc. 

page 1 of 2 
19 

Yes No NIA 2'111 Level 
(✓) (✓) (✓) Review(✓) 

✓ 
/ 

✓ / 
✓ 

/ 

✓ 
/ 

✓ / ' 
/ 

✓ ./ 
✓ 

/ 
✓ / 
✓ 

/ 
✓ / 
✓ / 
✓ // 

✓ ./ / 
✓ . ./ 

I 
✓ 



Review Item 

E . Other 

1. Are all nonconformances included and noted? 

2. Is the correct date and time of analysis shown? 

3. Did the analyst sign and date the front page of the analytical run? 

4 . Correct methodology used? 

5. Transcriptions checked? 

6 . Calculations checked at minimum frequency? 

7 . Units checked? 

Comments on any "No" response: 

Analyst: \\• R: ~ 

Second-Level Review:-----~ ..... -- ~ --- ----

Form CG-191, Rev. 4, 2/03 
TestAmerica Laboratories, Inc. 

page 2 of 2 
20 

Yes 
(✓) 

✓ 

✓ 

✓ 

✓ 

✓ 

✓ 

Date: 

Date: 

No NIA 
(✓) (✓) 

✓ 

'i / ½ l ,, 
<i(C/((1 

2.!!ll Level 
Review (✓) 

,-
( 

/ 
/, 
f"' 

/ 
/ 
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Washin2too Closure Hanford CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST RC-182-086 

~ ollector Comoaov C ontact T eleohone No. Proiect Coordinator 
. ~ 

Murrow, Ross JLRusscll 509-380-8093 KESSNER,IB P rice Code 

Proiect Desienatioo Samoline: Location SAFNo. <3{\ 
ARRA l00F Remruning Sites Remediation - Soil Io-Process 100-F-57 15-Ff (4) RC-182 

Ice Chest No. I COA Method of Shiomcnt Field Loe:book No. 
NA EL-1651-01 S00F578100 Hand Deliver 

Sbioocd To Off site Proocrtv No . Bill ofLadine:/Air Bill No. 
. TestAmerica Incorporated, Richland NA NA 

POSSIBLE SAMPLE HAZARDS/REMARKS 

None Cool4C 
Preservation 

Type of Container 
GIP 

Special H a ndling and/or Storage 

Cool 4 degrees C No. of Cootainer (s) 
1 

Volume 
60mL 

Chromium 
Hex - 7196 

SAMPLE ANALYSIS 

Sample No. Matrix * Sample Date Sample Time . 

J1KMN4 ;'1LA,3 SOIL ~-/-(/ DCfio X. 
J1KMN5 /J'\l A r5 SOIL <is-L-ll oqD'S X 
J1KMN6 MLfr7{c SOIL <Z-l-lf l>Cflb 'K 
J1KMN7 /VllAr7 SOIL <tr-1-11 oq1s X 
J1KMN8 ./1-1 l..A7 'l SOIL <l-L-ll DCf2D .x. 

CHAIN OF POSSESSION ~~,tu Sign/Print Names ,, d.111 SPECIAL INSTRUCilONS 

~elinquished By/Remove/4From Datc/Timc ~~~ llcccivL, ~ '"'"· 1 .. I Date/Time S'O ra ft TP o 2 ~ '1 
j 1, ~ fl~ rA ,/?_ /J. ~ f,-r- rt _ ,,,, 1 ..., /ht1/,jq,,_/ L iilll -[j'51t b e1<f{.) 

Datc/fimc Dare/Time 

' Page l of l 

~:'f:lt 1 

Data uroarouod 

~ll Days 
.~~,.AC 

..J 

! ~ . 
:3q 
4D 
72 
~3 
F;4 

Matrix* 

s-5oil 
SE-Sod.imcra 

so-solid 
SJ-Siuda, ~~;EVIED'\ L crl--:# YI 1-tozo t.J cry _ ., ~CJ J J U ~-u ~.:W Fro"m Received By/Stored';;/ /J:;l,_ 

\ l_.,lt1t.'liY:,QJ. / fl-1-1 I dl-tf.,_ _H I 5'-15 J:l. vo,2_~/:L ./ ~-,-,, JS '-15 R SYiy ) Qve ~ f 5 I\ a, c.rc.gz., W•Wua 
o-ot 

llclinquishcd_:!y/Rcmoved Jtk Yt~ H Datc/fimc I 0 / 0 RcccivcdBy/Storcd in 2tff-. DaWfim1f#ilJ A• Ak I~ ; 3 ·4 ,, OS-Drum Solids 
f\-t'Dil.::\LlL-, ~~~ vV ~-1 - I\ ,,,,,.,< ' - , LU. .,,, ~1111 D ATE- J DL-Dnauqu.is 

Relinquished By/Removed From Date/fimc Received By/St~ In -- Dale/Time 

~ / 
T-Tisl:ue: 
Wl•Wipe 
L-Liqu.id 

/ V• Vqctaion 

Relinquished By/Removed From Datc/fime R.cccivcd By/Stored In Date/Time X-<>tla 

Relinquished By/Removed From Date/Time ~ cccivcd By/Stored In Date/Time 
JP0249 

LABORATORY Received By Title Datc/fimc 

SECilON 

FINAL SAMPLE Disposal Method Disposed By Date/Time 

DISPOSmON 

WCH-EE-011 



N 
N 

Washington Closure Hanford CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST RC-182-086 IPage £ of £ ... 
Collector Comoanv Contact Teleohonc No. Proicct Coordinator --~lllJ ~'(j,L\ll 

Murrow, Ross JLRussell 509-380-8093 KESSNER,JH Price Code -8f:;" Data Turnaround 

Proiect Desil!llation SAFNo. iA 21 Days--Samoli02 Location 
ARRA I00F Remaining Sites Remediation - Soil Io-Process 100-F-57 15-FT (4) RC-182 3 IJ'.U,,4< 

Ice Chest No. Field Lo!!book No. I COA Method of Shioment ..J 

NA EL- 1651-01 S00F578! 00 Hand Deliver 

Shioocd To. Offsite Prooertv No. Bill of Lad.i02/Air Bill "!'io. 
TcstAmerica Incorporated, Richlaod NA NA 

POSSIBLE SAMPLE HAZARDS/REMARKS 

None Cool 4C 
Preservation 

Type of Container 
GIP 

Special Handling and/or Storage 

Cool 4 degrees C No. of Container(s) 
I 

Volume 
60mL 

Chromium 
lkx - 7196 

SAMPLE ANALYSIS 

Sample No. Matrix• Sample Date Sample Time -J1KMN9 MlA7Cj SOIL <l-l-ll D'P-S )< 55-
J1KMP0 _/VIJ A~1 SOIL ~-l-U D°t~D X 5ltJ 

CHAIN OF POSSESSION J!Z."ii(dll Sign/Print Names ,,__ (,1~, SPECIAL INSTRUCTIONS Matrix. 

Relinquished By/Rcmo7iFro~ Date/Time l>~ IRe'"ei 1 .. - , _ 1' Date/Time D'l"R:J SDG# iJ pozL{q 5-soil 

iJJ ~~ f/1,.o l{;t.,; /.o, ~ B-t-/ I &f};1I& lfirriL~ I{ ?>-/-{{ ,.,nl/A 
L o:+---4=! j'l H- o 2 o <..( <.17 

SE•So:limclll 
v- rl../ So-solid 

Re · 1 .n. - n dFrom Date/Time IRR-ved By/Stored In ~~ Datelrune / 5 '-f 5 -
Qv<_ -f: . S- j t- C )t- 9- 2-1 ~ 

S>-SludF 

I ll£f'LKQ(/ "<;(-/-1/ /5'f-5 _ PoR-T~R-.v - ./ </- I- 1, ·RE'JiEWED 
W•Wu::r 
o-o;J 

IRAluished By/Rcmo~'1 Date/Time f (;, / Q IR,:ceived By/Stored In 1 Ml- Datelrune [/;JO B'/ p-L/. •I A•Ah 

\ & _ j 
DS-l>nun Sol.;,, 

-l'O/LT~.li S< - I - 1 I ur-r..r\ 1, <-~ ~ f i1vi1 Dvl>ruml.-,wd, 

!Relinquished By/R.em--;;_;d From Date/Time IR,:ceived By/St.lr'cd In 
- ..., Date/Time _ o .,tTE. J T"'1uoe 

Wl•W",pc 
1,oUq.ud '\d- ___ , _, ~-:/ v-vcgci,llion 

!Relinquished By/Removed From Datelrune ~eceived By/Stored In Date/Time X-cl<loer 
~.::::-. , ~ .- JP0249 

~elinquished By/Removed From Datc/Iime Received By/Stored In Datc/Iime 

LABORATORY Received By Title Date/Time 

SECTION 

FINAL SAMPLE Disposal Method Disposed By Date/Time 

DISPOSmON 

WCH-EE-011 



Test America_ 
C:rmt:I M 
IHI.:. i..E AOEJl IN ENVIROHMl::HTAl Tf9T1H0 

DateffimeReceived:_1)[) /f \@l~iD 
Sample Check-.in List 

Clicnt:1J CJ±: 
LotNumber:~l-tO'20 i/0·7 

SDG#: 

GM Screen Result: (Airlock) , Q) lnitialsi-lf l _/ ,( / 
(Sample Receiving) 1 0 t--,. fuitials~r 

Jpo2L/°( NA[] SAF#: B.c--{~,¢'- NA[] 

Chain of Custody # '\\,, C .,__,, l £ ')-.. - 0 ~-t) 

Shipping Container ID:\\--72~\l L\eL\\~L✓ NA [] 

Samples received inside shipping container/cooler/box Yes ~ ontinue with 1 through 4. Initial appropriate response. 

I. 

2. 

3. 

4. 

Custody Seals on shipping container intact? 

Custody Seals dated and signed? 

Cooler temperature: 

Venniculite/packing materials is 

No [ ] Go to 5, add comment to #16 . 

Yes [ No [ No Custody Seal (tf<i 
Yes[ ] No[ ] NoCustodySeal~j-W 

J~cef\-~ J 

~A[ Wet[ Dry t+~ 
Item 5 through 16 for samples. Initial.appropriate response. 

5. 

6. 

7. 

8. 

9. 

10. 

11. 

Chain of Custody record pre:<;ent? Ye,\\- Cy No [ ] 

Nu~ber of samples received (Each sample may contain inultiple bottles) :___,7---.$2==----,....A-"lcJ.crp--'/'--e., _ _ ""'S ____ ____ _ 

Containen; ,,,,,e;vod, 7 '/-. 0 (2a] ~ 

Sample holding times exceeded? 

Samples have: 

Tr7'"'ta~ 
~stody seals 

,r~· ~A (FLT, Wipe, Solid, Soil) 
__ s (Air, Niosh 7400) 

S les: 
are in good condition 

__ are broken 

NA[ Yes [ 

, hazard labels 
~propriate sample labels 

__ I (Water) 
__ T (Biological, Ni-63) 

__ are leaking 
__ have air bubbles (Only for samples requiring no head space) 

Other ____________________________________ _ 

12. Sample pH appropriate for analysis requested Yes [ ] No [ ] NAMl 
(If acidification is necessary, then document sample ID, initial pH, amount ofHNO3 added Ud ;i after addition on table overleaf) 

RPL ID# of preservative used : _ _ AfiL......C..._/1-fg-t-------------------------
13 . Were any anomalies identified in sample receipt? Yes [ ] No~ 

14 . Desc_ription of anomalies (include sample numbers): NA~,i -,,,~-------------------

L S-023, Rev. 14, 06/1 1 

T estAmerica Laboratories, Inc. 23 

See over for additional information. 

J 



Test America__ 
'T H E :.. EADER IM ENVIRONMENl"Al TESTINO 

15. Sample Location, Sample Collector Listed on COC? * 
*For documentation only. No corrective action needed. 

16. Additional Information : _ _________ _____ ___ _____ ____ _____ _ 

[ J Client/Cmu-ier den;ed ~Jhi""' ob.eek. ifQ_9enUCourier unpack oooler. . 

SampleCu,todian itQr ,(o ~ / Dote?/// [/ Q \b [() 
Client Informed on by Person contacted 

~ o,~ion,fssory, msM is ~ 
Date~~ l Project Manager r_,,,, -v \. ~~c ~ { - "-. \ < 

SAMPLE ID Initial pH . Acid Amt Final pH SAMPLE ID Initial oH Acid Amt Final pH 

LS-023, Rev. 14, 06/11 
TestAmerica Laboratories, Inc. 

See over for additional information . 
24 



~/2/2011 5:26:59 PM Sample Preparation/Analysis Balance Id: 

i 2;642, Washington Closure Hanford LLC 
' DW Alkaline Digestion by method 3060A Pipet#: 

l echtel Hanford, Inc. EA Chromium, Hexavalent (7196A) 

~halyDueDate: 08/04/2011 51 CLIENT: HANFORD Sep1 DT/Tm Tech: 

~
1
atch: 1214243 SOIL mg/kg PM, Quote: RW2, 27038 Sep2 DT/Tm Tech: --::f P l? 2-'i q 
EQ Batch, Test None ,,.. 

Prep Tech: 
: I 11111111111111111111111111111111111111111111 
S- Work Order, Lot II Total 

II 
Initial Aliquot 

II 
QC Tracer 

I 
Dish II Ppt or II Count II De~:ior II Count On I Off 

II 
CR Analyst, I Comments: I 

~- Sample Date Time Amt/Unit Amt/Unit Prep Date Size Geometry Time Min (24hr) Cirde lnit/Date 

l;4 MLA73-1-AA I 
~ 

). 1 ~o,i 
J1H020407-1-SAMP 

HII Ill I IIII IIIIIIIIIIII I II lllllllt--ill 11111111 Ill 111111111111111 II Iii 
08/01/2011 09:00 ArntRec: 1X.JAR60MLG #Containers: 1 Ser. Alpha: Beta: 

2 MLA73-1-AC-S 

J1 H020407-1-MS ~ • 5"""o t. I 
7ll Ill I IIII I IIIIIIIIIII I I I IIII I Ill-II I I I I Ill I I Ill llll II II I II I I I I II Iii 
08/01/2011 09:00 AmtRec: 1X.JAR60MLG #Containers: 1 Ser. Alpha: Beta: 

3 MLA73-1-AD-X 

S,1Jiff ~l~111111111 y 11111111---il I II IIU 11111 !!!!l~!~Tu~1~1111)1 ;it: 1 

~- s-o Lt; 

Ser: Alpha: Beta: 

4 MLA75-1-AA I 

J1H020407-2-SAMP ;l_ '5"03--.) 

HII 1111111111111111111111111111111-tl I I I I Ill I I Ill llll II Ill I I I I Ill I Iii 
08/01/2011 09:05 AmtRec: 1X.JAR60MLG #Containers: 1 Ser: Alpha: Beta: 

5 MLA76-1-AA 

J 1 H020407-3-SAMP ). . 5'"01[ 
Hll 1111 IH IIIIIIIIIIII I II lllll llt--11 I II 111111111111111 II Ill I 11111 Iii I 
08/01/2011 09:10 AmtRec: 1XJAR60MLG #Containers: 1 Ser: Alpha: Beta: 

6 MLA77-1-AA 

J1H020407-4-SAMP ).. . 50 5'£1 
HII IIIIIIII IIIIIIIIIIII I II Ill llllf----111 111111111111111 II 11111111111 Iii 
08/01/2011 09:15 Am!Rec: 1X.JAR60MLG #Containers: 1 Ser: Alpha: Beta: 

7 MLA78-1-AA 

H11i1111ii1u111111111111111111t--t1111111111~ri;.11111111 1111111i 
08/01/2011 09:20 AmtRec: 1X.JAR60MLG #Containers: 1 Ser. Alpha: Beta: 

TestAmerica Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, s1 - Sep1, s2 - Sep2 Page 1 ISV - Insufficient Volume for Analysis WO Cnt: 7 

Richland Wa. pd - Prep Dt de - Date Chg, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added ICOC v4.8.49 



/212011 5:27:00 PM 

27642, Washington Closure Hanford LLC 
echtel Hanford, Inc. 

. nalyDueDate: 08/04/2011 

atch: 1214243 SOIL mg/kg 
EQ Batch, Test None 

Work Order, Lot, II 
· Sample DateTime 

MLA79-1-AA 

Total 
Amt/Unit II 

Initial Aliquot 
Amt/Unit 

Sample Preparation/Analysis 
DW Alkaline Digestion by method 3060A 
EA Chromium, Hexavalent (7196A) 

51 CLIENT: HANFORD 

PM, Quote: RW2, 27038 

II 
QC Tracer I 
Prep Date 

Dish 
Size 

Ppt or 
Geometry 

Count 
Time Min 

Balance Id: 

Pipet #: ________ _ 

Sep1 DT/Tm Tech : 

Sep2 DT/Tm Tech: 

Prep Tech: 

Count On I Off II 
(24hr) Circle 

CR Analyst, 
lnit/Date 

Comments: 

J

1

HIIWIIIIIIIUIUIIIIIIIIIIIIIIII- III 1111111i1i11111111111111111111----------------------
08/01 /2011 09:25 AmtRec: 1XJAR60MLG #Containers: 1 Ser. Alpha: Beta: 

9 MLASA-1-AA . 
J1H020407-7-SAMP ~ - 5"o _3 -z_ 

II llllllllllllllllllllllllll lllll-tll II IIII IIIII IIII IIIIIIII IIII I ll1----------------- ---
08/01,2011 09:30 AmtRec: 1XJAR60MLG #Containers: 1 Ser: Alpha: Bela: 

10 MLCXE-1-AA-B 

J 1 H020000-243-BLK 

II Ill I Ill I II Ill II IIIII I II I Ill I lll-tll llllllllUIIIIHl lllll~II IUIIIIIIUlll lllllllllllll l1l--------------------
8/0212011 17:26 pd AmtRec: #Containers: 1 Ser: Alpha: Bela: 

11 MLCXE-1-AC-C 

J 1 H020000-243-LCS 

IIIIIIUllllllllllllllllllllllllt--illllll lllllllUIIIIIIIIIEIIIUIIIIIU~IEIIIIIUllllll~------------- --- - ---
08/0212011 17:26 pd AmtRec: #Containers: 1 

Comments: 

1 Clients for Batch: 
127642, Washington Closure Hanford LLC 

731AA-SAMP Constituent List : 

731AC-MS Constituent List: 

Bechtel Hanford, Inc. 

TestArnerica 

Richland Wa. 

Key: In - Initial Amt, Ii - Final Amt, di - Diluted Amt, s1 - Sep1, s2 - Sep2 Page 2 

pd - Prep Dt, de - Date Chg, r - Reference Dt, ec-Enrichment Cell , ct-Cocktailed Added 

Ser: Alpha: 

, RW2, 27038 

ISV - Insufficient Volume for Analysis 

Bela: 

WO Cnt: 11 
ICOC v4.8.4/:I 



. nalyDueDate: 08/04/2011 

atch: 1214243 mg/kg 

Work Order, Lot, 

II 
Total 

II 
Initial Aliquot 

· Sample DateTime Amt/Unit Amt/Unit 

731AA- SAMP Cale Info : 
Uncert Level. (#s). : 2 Decay to SaDt: y 

731AC- MS Cale Info: 
( t s). : 2 Decay to SaDt: y 

( ts ) . : 2 De cay to SaDt : y 

Uncert Level. (is ) .: 2 Decay t o SaDt: y 

Sample Preparation/Analysis 
DW Alkaline Digestion by method 3060A 
EA Chromium, Hexavalent (7196A) 

51 CLIENT: HANFORD 

II 
QC Tracer Dish Pptor Count 
Prep Date Size Geometry Time Min 

Bl.Jc Subt. : N Sci.Not.: y ODRs: B 

Bl.k Subt . : N Sci . Not. : y ODRs: B 

Bl.k Subt. : N Sci . Not .: y ODRs: B 

Bl.k Subt .: N Sci . Not .: y ODRs : B 

Detector 
Id 

Balance Id: 

Pipet #: __________ _ _ 

Sep1 DTfTm Tech: 

Sep2 OT/Tm Tech: 

Prep Tech: 

Count On I Off 
(24hr) Circle II 

CR Analyst, 
!nit/Date 

Comments: 

TestAmerica 

Richland Wa. 

Key: In - Initial Amt, fi - Final Amt, di - Diluted Amt, s1 - Sep1 , s2 - Sep2 Page 3 ISV - Insufficient Volume for Analysis WO Cnt: 11 

pd - Prep Dt, de - Date Chg, r - Reference Dt, ec-Enrichment Cell, ct-Cocktailed Added ICOC v4.8.49 


