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For Lab Manager, Dan T. Smith

Dear Scot Fitzgerald,
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(509) 373-4804
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File/LB
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WSCF SAF Number Cross Reference

WSCF140516Group #
04/21/14Data Deliverable Date

SAF # ReceivedSampledMatrixSample #Sample ID

I14-021 03/20/1403/20/14WATER140516001B2VXT6
I14-021 03/20/1403/20/14WATER140516002B2VXT7
I14-021 03/20/1403/20/14WATER140516003B2VXV2
I14-021 03/20/1403/20/14WATER140516004B2VXV3
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WSCF ANALYTICAL RESULTS REPORT

Contract # MOA-FH-CHPRC-2008
Group #
Report Date

Analytical:

Client Services:

WSCF140516
May 21, 2014

CH2M Hill Plateau Remediation

PO Box 1600
Richland, WA  99352

Attention:  Scot Fitzgerald

Solid samples results that have a 'Percent Solid' test are reported on a "dry weight basis", except results of TCLP, Percent Solid, and Total
Activity. If no `Percent Solid' test is reported then the results are reported on an "as received" basis.

For

Electronically signed by Joseph Hale

Electronically signed by Heather Medley

This information is intended for the use of the addressee only. If the reader of this report is not the intended recipient or is not authorized by the recipient to receive the report, you are hereby notified 
that any dissemination, distribution or copying of this report is strictly prohibited. If you have received this report in error, please notify WSCF Laboratory immediately by telephone at (509) 373-7005.  
Information designation of this report is the responsibility of the customer.
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Batch QC List

Department

S# Sample #

Scot FitzgeraldAttention
Inorganic

WSCF140516

QC Batch Analytical
Batch

Type Original Test

Group #

Client Sample#

230177 230422 5 BLANK 107681 ICP-6010 - All possible metalsBLANK 

230177 230422 7 LCS 107683 ICP-6010 - All possible metalsLCS 

230177 230422 9 MS 107684 140501004 ICP-6010 - All possible metalsB2VYD2(140501004MS)

230177 230422 10 MSD 107685 140501004 ICP-6010 - All possible metalsB2VYD2(140501004MSD

230177 230422 30 SAMPLE 140516001 ICP-6010 - All possible metalsB2VXT6

230177 230422 31 SAMPLE 140516002 ICP-6010 - All possible metalsB2VXT7

230401 230786 5 BLANK 107826 ICP-6010 - All possible metalsBLANK 

230401 230786 7 LCS 107828 ICP-6010 - All possible metalsLCS 

230401 230786 8 SAMPLE 140516003 ICP-6010 - All possible metalsB2VXV2

230401 230786 9 MS 107829 140516003 ICP-6010 - All possible metalsB2VXV2(140516003MS)

230401 230786 10 MSD 107830 140516003 ICP-6010 - All possible metalsB2VXV2(140516003MSD)

230401 230786 11 SAMPLE 140516004 ICP-6010 - All possible metalsB2VXV3

231854 231873 4 BLANK 108886 ICP-2008 MS All possible metalBLANK 

231854 231873 5 LCS 108887 ICP-2008 MS All possible metalLCS 

231854 231873 7 MS 108888 140509003 ICP-2008 MS All possible metalB2VXR6(140509003MS)

231854 231873 8 MSD 108889 140509003 ICP-2008 MS All possible metalB2VXR6(140509003MSD

231854 231873 11 SAMPLE 140516001 ICP-2008 MS All possible metalB2VXT6

231854 231873 12 SAMPLE 140516002 ICP-2008 MS All possible metalB2VXT7

231854 231873 13 SAMPLE 140516003 ICP-2008 MS All possible metalB2VXV2

231854 231873 14 SAMPLE 140516004 ICP-2008 MS All possible metalB2VXV3
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Department

S# Sample #

Scot FitzgeraldAttention
Organic, Semivolatiles

WSCF140516

QC Batch Analytical
Batch

Type Original Test

Group #

Client Sample#

230423 231257 1 BLANK 107889 8270 2nd run for HexachloropheneBLANK 

230423 231257 2 LCS 107890 8270 2nd run for HexachloropheneLCS 

230423 231257 3 MS 107891 140509004 8270 2nd run for HexachloropheneB2VXR2(140509004MS)

230423 231257 4 MSD 107892 140509004 8270 2nd run for HexachloropheneB2VXR2(140509004MSD

230423 231257 6 SAMPLE 140516001 Appendix-9  8270 SemivolatilesB2VXT6

230423 231257 8 SAMPLE 140516002 Appendix-9  8270 SemivolatilesB2VXT7

230423 231751 1 BLANK 107889 8270 2nd run for HexachloropheneBLANK 

230423 231751 2 LCS 107890 8270 2nd run for HexachloropheneLCS 

230423 231751 3 MS 107891 140509004 8270 2nd run for HexachloropheneB2VXR2(140509004MS)

230423 231751 4 MSD 107892 140509004 8270 2nd run for HexachloropheneB2VXR2(140509004MSD

230423 231751 7 SAMPLE 140516001 8270 2nd run for HexachloropheneB2VXT6

230423 231751 8 SAMPLE 140516002 8270 2nd run for HexachloropheneB2VXT7

230485 230774 1 BLANK 107937 Extractable Diesel and PetroleumBLANK 

230485 230774 2 LCS 107938 Extractable Diesel and PetroleumLCS 

230485 230774 3 MS 107939 140495001 Extractable Diesel and PetroleumB2VXR9(140495001MS)

230485 230774 4 MSD 107940 140495001 Extractable Diesel and PetroleumB2VXR9(140495001MSD

230485 230774 6 SAMPLE 140516001 Extractable Diesel and PetroleumB2VXT6

230485 230774 8 SAMPLE 140516002 Extractable Diesel and PetroleumB2VXT7

230881 231548 1 BLANK 108261 PCBs by EPA SW-846 Method 8082BLANK 

230881 231548 2 LCS 108262 PCBs by EPA SW-846 Method 8082LCS 

230881 231548 3 MS 108265 140495001 PCBs by EPA SW-846 Method 8082B2VXR9(140495001MS)

230881 231548 4 MSD 108266 140495001 PCBs by EPA SW-846 Method 8082B2VXR9(140495001MSD

230881 231548 6 DUP 108263 140490002 PCBs by EPA SW-846 Method 8082PCB 
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Batch QC List

Department

S# Sample #

Scot FitzgeraldAttention
Organic, Semivolatiles

WSCF140516

QC Batch Analytical
Batch

Type Original Test

Group #

Client Sample#

230881 231548 8 DUP 108264 140490003 PCBs by EPA SW-846 Method 8082PCB 

230881 231548 10 SAMPLE 140516001 PCBs by EPA SW-846 Method 8082B2VXT6

230881 231548 12 SAMPLE 140516002 PCBs by EPA SW-846 Method 8082B2VXT7
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Batch QC List

Department

S# Sample #

Scot FitzgeraldAttention
Organic, Volatiles

WSCF140516

QC Batch Analytical
Batch

Type Original Test

Group #

Client Sample#

230402 230403 1 BLANK 107832 SW-846 8260B VolatilesBLANK 

230402 230403 2 LCS 107833 SW-846 8260B VolatilesLCS 

230402 230403 3 MS 107834 140483005 SW-846 8260B VolatilesB2V7M5(140483005MS)

230402 230403 4 MSD 107835 140483005 SW-846 8260B VolatilesB2V7M5(140483005MSD

230402 230403 10 SAMPLE 140516001 SW-846 8260B VolatilesB2VXT6

230402 230403 13 SAMPLE 140516002 SW-846 8260B VolatilesB2VXT7

230673 230674 1 BLANK 108049 Gasoline Range (W)BLANK 

230673 230674 2 LCS 108050 Gasoline Range (W)LCS 

230673 230674 3 MS 108051 140495001 Gasoline Range (W)B2VXR9(140495001MS)

230673 230674 4 MSD 108052 140495001 Gasoline Range (W)B2VXR9(140495001MSD

230673 230674 5 DUP 108053 140495001 Gasoline Range (W)B2VXR9(140495001DUP)

230673 230674 8 SAMPLE 140516001 Gasoline Range (W)B2VXT6

230673 230674 9 SAMPLE 140516002 Gasoline Range (W)B2VXT7

230792 230793 1 BLANK 108156 SW-846 Method 8015 for GPPBLANK 

230792 230793 2 LCS 108157 SW-846 Method 8015 for GPPLCS 

230792 230793 3 MS 108158 140495001 SW-846 Method 8015 for GPPB2VXR9(140495001MS)

230792 230793 4 MSD 108159 140495001 SW-846 Method 8015 for GPPB2VXR9(140495001MSD

230792 230793 7 SAMPLE 140516001 SW-846 Method 8015 for GPPB2VXT6

230792 230793 8 SAMPLE 140516002 SW-846 Method 8015 for GPPB2VXT7
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Radiochemistry

WSCF140516

QC Batch Analytical
Batch

Type Original Test

Group #

Client Sample#

230082 230413 1 BLANK 107568 Strontium 89/90 (GPC/GEA)BLANK 

230082 230413 2 LCS 107569 Strontium 89/90 (GPC/GEA)LCS 

230082 230413 3 DUP 107570 140503001 Strontium 89/90 (GPC/GEA)B2VXX7(140503001DUP)

230082 230413 9 SAMPLE 140516001 Strontium 89/90 (GPC/GEA)B2VXT6

230082 230413 10 SAMPLE 140516002 Strontium 89/90 (GPC/GEA)B2VXT7

230087 230414 1 BLANK 107587 GAB Discrete analysis Alpha onlyBLANK 

230087 230414 2 LCS 107588 GAB Discrete analysis Alpha onlyLCS 

230087 230414 4 DUP 107589 140509004 GAB Discrete analysis Alpha onlyB2VXR2(140509004DUP)

230087 230414 7 SAMPLE 140516001 GAB Discrete analysis Alpha onlyB2VXT6

230087 230414 8 SAMPLE 140516002 GAB Discrete analysis Alpha onlyB2VXT7

230087 230415 1 BLANK 107587 GAB Discrete analysis Beta onlyBLANK 

230087 230415 2 LCS 107588 GAB Discrete analysis Beta onlyLCS 

230087 230415 4 DUP 107589 140509004 GAB Discrete analysis Beta onlyB2VXR2(140509004DUP)

230087 230415 8 SAMPLE 140516001 GAB Discrete analysis Beta onlyB2VXT6

230087 230415 9 SAMPLE 140516002 GAB Discrete analysis Beta onlyB2VXT7

230091 230181 1 IBLANK 107605 Gamma Energy Analysis-generalIBLANK 

230091 230181 2 LCS 107606 Gamma Energy Analysis-generalLCS 

230091 230181 3 DUP 107607 140509004 Gamma Energy Analysis-generalB2VXR2(140509004DUP)

230091 230181 6 SAMPLE 140516001 Gamma Energy Analysis-generalB2VXT6

230091 230181 7 SAMPLE 140516002 Gamma Energy Analysis-generalB2VXT7

230280 230996 1 BLANK 107725 Plutonium (AEA)BLANK 

230280 230996 2 LCS 107726 Plutonium (AEA)LCS 

230280 230996 4 DUP 107727 140495001 Plutonium (AEA)B2VXR9(140495001DUP)
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Department

S# Sample #

Scot FitzgeraldAttention
Radiochemistry

WSCF140516

QC Batch Analytical
Batch

Type Original Test

Group #

Client Sample#

230280 230996 6 SAMPLE 140516001 Plutonium (AEA)B2VXT6

230280 230996 7 SAMPLE 140516002 Plutonium (AEA)B2VXT7

230280 230997 1 BLANK 107725 Uranium (AEA)BLANK 

230280 230997 2 LCS 107726 Uranium (AEA)LCS 

230280 230997 4 DUP 107727 140495001 Uranium (AEA)B2VXR9(140495001DUP)

230280 230997 6 SAMPLE 140516001 Uranium (AEA)B2VXT6

230280 230997 7 SAMPLE 140516002 Uranium (AEA)B2VXT7

230281 230407 1 BLANK 107728 TC99 by Liquid ScintillationBLANK 

230281 230407 2 LCS 107729 TC99 by Liquid ScintillationLCS 

230281 230407 4 DUP 107730 140524001 TC99 by Liquid ScintillationB2V087(140524001DUP)

230281 230407 5 MS 107731 140524001 TC99 by Liquid ScintillationB2V087(140524001MS)

230281 230407 7 SAMPLE 140516001 TC99 by Liquid ScintillationB2VXT6

230281 230407 8 SAMPLE 140516002 TC99 by Liquid ScintillationB2VXT7

230378 230404 1 BLANK 107737 Tritium by LSCBLANK 

230378 230404 2 LCS 107738 Tritium by LSCLCS 

230378 230404 4 DUP 107739 140509004 Tritium by LSCB2VXR2(140509004DUP)

230378 230404 5 MSPK 107740 Tritium by LSCB2VXR2(140509004MSP

230378 230404 8 SAMPLE 140516001 Tritium by LSCB2VXT6

230378 230404 9 SAMPLE 140516002 Tritium by LSCB2VXT7
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Department
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Scot FitzgeraldAttention
Wet Chemistry

WSCF140516

QC Batch Analytical
Batch

Type Original Test

Group #

Client Sample#

230801 230991 1 BLANK 108190 Cyanide (W) by Midi/SpectrophotometerBLANK 

230801 230991 3 LCS 108192 Cyanide (W) by Midi/SpectrophotometerLCS 

230801 230991 4 MS 108193 140501007 Cyanide (W) by Midi/SpectrophotometerB2VYD0(140501007MS)

230801 230991 5 MSD 108194 140501007 Cyanide (W) by Midi/SpectrophotometerB2VYD0(140501007MSD

230801 230991 10 SAMPLE 140516001 Cyanide (W) by Midi/SpectrophotometerB2VXT6

230801 230991 11 SAMPLE 140516002 Cyanide (W) by Midi/SpectrophotometerB2VXT7

May 21, 2014 REV. 1
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Department
Scot FitzgeraldAttention
Inorganic

WSCF140516

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method.

Method Reference

Group #

LA-505-411 Elemental Analysis by ICP Atomic Emission Spectroscopy (ICP AES)
EPA SW-846 6010C Inductively Coupled Plasma-Atomic Emmision

Spectrometry

HEIS 6010_METALS_ICP Inductively Coupled Plasma-Atomic

Emmision Spectrometry
LA-505-412 Determination of Trace Elements in Waters & Wastes by ICP Mass Spectrometry

EPA-600/R-94-111 200.8 Determination of Trace Elements in

Waters and Waste by Inductively Coupled Plasma

HEIS 200.8_METALS_ICPMS Determination of Trace Elements in

Waters and Waste by Inductively Coupled Plasma, Mass Spec.

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-DOL/index.cfm
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Department
Scot FitzgeraldAttention
Organic, Semivolatiles

WSCF140516

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method.

Method Reference

Group #

LA-523-427 Polychlorinated Biphenyls (PCB'S) by Gas Chromatography
EPA SW-846 3510C Separatory Funnel Liquid-Liquid Extraction

EPA SW-846 3545 Pressurized Fluid Extraction (PFE)

EPA SW-846 3665A Sulfuric Acid/Permanganate Cleanup

EPA SW-846 8000B Determinative Chromatographic Separations

EPA SW-846 8082 Polychlorinated Biphenyls (PCBs) by Gas

Chromatography

HEIS 8082_PCB_GC Polychlorinated Biphenyls (PCBs) by Gas

Chromatography
LA-523-456 Semivolatile Sample Analysis by SW-846 Method 8270D

EPA SW-846 8000B Determinative Chromagraphic Separations

EPA SW-846 3510C Separatory Funnel Liquid-Liquid Extraction

EPA SW-846 8270D Semivolatile Organic Compounds by Gas

EPA SW-846 3545 Pressurized Fluid Extraction (PFE)

Chromatography/Mass Spectrometry (GC/MS)

HEIS 8270_SVOA_GCMS Semivolatile Organic Compounds by Gas

Chromatography/Mass Spectrometry(GC/MS)
LA-523-493 NWTPH-Dx, Extractible Diesel and Petroleum Productions Analysis in Soil and Water

WDOE WDOE Total Petroleum Hydrocarbons in Diesel

HEIS WTPH_DIESEL TPH Diesel

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-DOL/index.cfm
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Department
Scot FitzgeraldAttention
Organic, Volatiles

WSCF140516

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method.

Method Reference

Group #

LA-523-443 Gas Chromatography Analysis of Gasoline Range Total Petroleum Hydrocarbons in Water
EPA NWTPH-G "Analytical Methods for Petroleum Hydrocarbons,

June 1997, NWTPH-G, Volatile Petroleum Products Method for

Soil and Water

HEIS WTPH_GASOLINE Total Petroleum Hydrocarbons, Gasoline
LA-523-455 Volatile Sample Analysis by SW-846 Method 8260B

EPA SW-846 8000B Determinative Chromographic Separations

EPA SW-846 8260B Volatile Organic Compounds by Gas

Chromatography/Mass Spectrometry (GC/MS)

HEIS 8260_VOA_GCMS Volatile Organic Compounds by Gas

Chromatography/Mass Spectrometry (GC/MS)
LA-523-494 Nonhalogenated Organics Using Gas Chromatography/Flame

Ionization Detector
HEIS 8015_VOA_GC Volatile Organic Analysis

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-DOL/index.cfm
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Department
Scot FitzgeraldAttention
Radiochemistry

WSCF140516

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method.

Method Reference

Group #

LA-218-413 Tritium By Ion Removal Using Eichrom Resin Columns (Prep)
N/A PREP METHOD

LA-220-406 Strontium-89 and 90 in Aqueous Samples by SR-SPEC Separation
HEIS SRTOT_SEP_PRECIP_GPC Strontium 89/90, by Sr-Spec Sep.

LA-508-471 Thorium, Neptunium, Plutonium, Americium, and Uranium In Soil and Water Using Eichrom Column Separation (Prep)
HEIS PUISO_IE_PRECIP_AEA Isotopic Plutonium, Alpha Spec

LA-508-481 Gamma Energy Analysis using the Canberra Genie Ssystem
HEIS GAMMA_GS Gamma Energy Analysis

LA-508-471 Determination Of Uranium, Plutonium, And Americium
HEIS UISO_IE_PRECIP_AEA Uranium Iso, Alpha Spec

LA-438-402 Determination of Technetium-99 by RAD Disk Filtration & Liquid Scintillation Counting
N/A PREP METHOD

LA-508-421 Operation of the Tri-Carb Model 2500TR Liquid Scintillation Analyzer
HEIS ALPHA_LSC A/B Liquid Scintillation

HEIS BETA_LSC A/B Liquid Scintillation

HEIS TC99_3MDSK_LSC TC99 by Liquid Scintillation

HEIS TRITIUM_EIE_LSC Tritium, by Eichrome ion exchange, LSC
LA-548-401 Alpha and Beta in Liquid and Solid Samples - WSCF

N/A PREP METHOD
LA-548-421(LSC) Preparation of Sample Mounts For Gamma Energy Analysis

N/A PREP METHOD
LA-904-400 Nitric Acid-Hydrochloric Acid Leach of Soil and Vegetation at WSCF

N/A PREP METHOD
LA-508-415 Operation Of The Protean 2-Inch Alpha/Beta Counting System For Gross Alpha/ Beta Samples

May 21, 2014 REV. 1
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Department
Scot FitzgeraldAttention
Radiochemistry

WSCF140516

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method.

Method Reference

Group #

HEIS ALPHA_GPC Gross Alpha by GPC

HEIS BETA_GPC Gross Beta by GPC

HEIS SRTOT_SEP_PRECIP_GPC Strontium beta isotopic, GPC

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-DOL/index.cfm
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Department
Scot FitzgeraldAttention
Wet Chemistry

WSCF140516

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method.

Method Reference

Group #

LA-695-402 Determination of Cyanide by Mididistillation and
EPA SW-846 Method 9014/9010 Determination of Cyanide by

Midi-Distillation and Spectrophotometric Analysis

SM 4500 CNE Cyanide, Total

HEIS 4500E_CN Cyanide, Total

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-DOL/index.cfm
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Inorganic

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

E - Analyte is an estimate, see comment section.
N - MS and/or MSD recovery outside control limits.

U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte < the PQL(or EQL)but >= the IDL/MDL(Inorganic)
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

ICPAES Prep (W) 03/25/14
ICP-6010 - All possible metals
Iron <40ULA-505-4117439-89-6 ug/L 1 40 50 03/27/14
Magnesium <60ULA-505-4117439-95-4 ug/L 1 60 750 03/27/14
Potassium <250ULA-505-4117440-09-7 ug/L 1 250 4000 03/27/14
Sodium <100ULA-505-4117440-23-5 ug/L 1 100 500 03/27/14
Calcium <50ULA-505-4117440-70-2 ug/L 1 50 1000 03/27/14
ICPMS Prep (W) 04/16/14
ICP-2008 MS All possible metal
Aluminum <20UDLA-505-4127429-90-5 ug/L 2 20 100 04/16/14
Manganese 0.470BDLA-505-4127439-96-5 ug/L 2 0.20 2.0 04/16/14
Nickel <0.20UDLA-505-4127440-02-0 ug/L 2 0.20 2.0 04/16/14
Silver <0.10UDLA-505-4127440-22-4 ug/L 2 0.10 1.0 04/16/14
Antimony <0.60UDLA-505-4127440-36-0 ug/L 2 0.60 6.0 04/16/14
Barium <0.40UDLA-505-4127440-39-3 ug/L 2 0.40 4.0 04/16/14
Beryllium <0.20UDLA-505-4127440-41-7 ug/L 2 0.20 2.0 04/16/14
Cadmium <0.10UDLA-505-4127440-43-9 ug/L 2 0.10 1.0 04/16/14
Chromium <0.20UDLA-505-4127440-47-3 ug/L 2 0.20 2.0 04/16/14
Cobalt <0.10UDLA-505-4127440-48-4 ug/L 2 0.10 0.50 04/16/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Inorganic

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

E - Analyte is an estimate, see comment section.
N - MS and/or MSD recovery outside control limits.

U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte < the PQL(or EQL)but >= the IDL/MDL(Inorganic)
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

Copper <0.20UDLA-505-4127440-50-8 ug/L 2 0.20 2.0 04/16/14
Zinc 4.49BDCLA-505-4127440-66-6 ug/L 2 4.0 20 04/16/14
Lead <0.10UDLA-505-4127439-92-1 ug/L 2 0.10 1.0 04/16/14
Mercury <0.10UDLA-505-4127439-97-6 ug/L 2 0.10 0.40 04/16/14
Molybdenum <0.10UDLA-505-4127439-98-7 ug/L 2 0.10 1.0 04/16/14
Strontium 0.454BDLA-505-4127440-24-6 ug/L 2 0.40 2.0 04/16/14
Thallium <0.10UDLA-505-4127440-28-0 ug/L 2 0.10 1.0 04/16/14
Tin <0.10UDLA-505-4127440-31-5 ug/L 2 0.10 1.0 04/16/14
Uranium <0.10UDLA-505-4127440-61-1 ug/L 2 0.10 0.50 04/16/14
Arsenic <0.40UDLA-505-4127440-38-2 ug/L 2 0.40 4.0 04/16/14
Selenium <2.0UDLA-505-4127782-49-2 ug/L 2 2.0 20 04/16/14
Thorium <0.20UDLA-505-4127440-29-1 ug/L 2 0.20 2.0 04/16/14
Boron 114DLA-505-4127440-42-8 ug/L 2 4.0 10 04/16/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Inorganic

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

E - Analyte is an estimate, see comment section.
N - MS and/or MSD recovery outside control limits.

U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte < the PQL(or EQL)but >= the IDL/MDL(Inorganic)
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

ICPAES Prep (W) 03/25/14
ICP-6010 - All possible metals
Iron <40ULA-505-4117439-89-6 ug/L 1 40 50 03/27/14
Magnesium 12800LA-505-4117439-95-4 ug/L 1 60 750 03/27/14
Potassium 4400LA-505-4117440-09-7 ug/L 1 250 4000 03/27/14
Sodium 15300LA-505-4117440-23-5 ug/L 1 100 500 03/27/14
Calcium 58500LA-505-4117440-70-2 ug/L 1 50 1000 03/27/14
ICPMS Prep (W) 04/16/14
ICP-2008 MS All possible metal
Aluminum <20UDLA-505-4127429-90-5 ug/L 2 20 100 04/16/14
Manganese 2.21DLA-505-4127439-96-5 ug/L 2 0.20 2.0 04/16/14
Nickel 0.786BDLA-505-4127440-02-0 ug/L 2 0.20 2.0 04/16/14
Silver <0.10UDLA-505-4127440-22-4 ug/L 2 0.10 1.0 04/16/14
Antimony <0.60UDLA-505-4127440-36-0 ug/L 2 0.60 6.0 04/16/14
Barium 36.3DLA-505-4127440-39-3 ug/L 2 0.40 4.0 04/16/14
Beryllium <0.20UDLA-505-4127440-41-7 ug/L 2 0.20 2.0 04/16/14
Cadmium <0.10UDLA-505-4127440-43-9 ug/L 2 0.10 1.0 04/16/14
Chromium 11.1DCLA-505-4127440-47-3 ug/L 2 0.20 2.0 04/16/14
Cobalt <0.10UDLA-505-4127440-48-4 ug/L 2 0.10 0.50 04/16/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Inorganic

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

E - Analyte is an estimate, see comment section.
N - MS and/or MSD recovery outside control limits.

U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte < the PQL(or EQL)but >= the IDL/MDL(Inorganic)
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

Copper 0.410BDLA-505-4127440-50-8 ug/L 2 0.20 2.0 04/16/14
Zinc 6.92BDCLA-505-4127440-66-6 ug/L 2 4.0 20 04/16/14
Lead <0.10UDLA-505-4127439-92-1 ug/L 2 0.10 1.0 04/16/14
Mercury <0.10UDLA-505-4127439-97-6 ug/L 2 0.10 0.40 04/16/14
Molybdenum 1.25DLA-505-4127439-98-7 ug/L 2 0.10 1.0 04/16/14
Strontium 305DLA-505-4127440-24-6 ug/L 2 0.40 2.0 04/16/14
Thallium <0.10UDLA-505-4127440-28-0 ug/L 2 0.10 1.0 04/16/14
Tin <0.10UDLA-505-4127440-31-5 ug/L 2 0.10 1.0 04/16/14
Uranium 1.85DLA-505-4127440-61-1 ug/L 2 0.10 0.50 04/16/14
Arsenic 2.41BDLA-505-4127440-38-2 ug/L 2 0.40 4.0 04/16/14
Selenium <2.0UDLA-505-4127782-49-2 ug/L 2 2.0 20 04/16/14
Thorium <0.20UDLA-505-4127440-29-1 ug/L 2 0.20 2.0 04/16/14
Boron 63.9DLA-505-4127440-42-8 ug/L 2 4.0 10 04/16/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516003

Sample ID B2VXV2
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Inorganic

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

E - Analyte is an estimate, see comment section.
N - MS and/or MSD recovery outside control limits.

U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte < the PQL(or EQL)but >= the IDL/MDL(Inorganic)
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

ICPAES Prep (W) 03/31/14
ICP-6010 - All possible metals
Iron <40ULA-505-4117439-89-6 ug/L 1 40 50 04/01/14
Magnesium <60ULA-505-4117439-95-4 ug/L 1 60 750 04/01/14
Potassium <250ULA-505-4117440-09-7 ug/L 1 250 4000 04/01/14
Sodium <100ULA-505-4117440-23-5 ug/L 1 100 500 04/01/14
Calcium <50ULA-505-4117440-70-2 ug/L 1 50 1000 04/01/14
ICPMS Prep (W) 04/16/14
ICP-2008 MS All possible metal
Aluminum <20UDLA-505-4127429-90-5 ug/L 2 20 100 04/16/14
Manganese <0.20UDLA-505-4127439-96-5 ug/L 2 0.20 2.0 04/16/14
Nickel <0.20UDLA-505-4127440-02-0 ug/L 2 0.20 2.0 04/16/14
Silver <0.10UDLA-505-4127440-22-4 ug/L 2 0.10 1.0 04/16/14
Antimony <0.60UDLA-505-4127440-36-0 ug/L 2 0.60 6.0 04/16/14
Barium <0.40UDLA-505-4127440-39-3 ug/L 2 0.40 4.0 04/16/14
Beryllium <0.20UDLA-505-4127440-41-7 ug/L 2 0.20 2.0 04/16/14
Cadmium <0.10UDLA-505-4127440-43-9 ug/L 2 0.10 1.0 04/16/14
Chromium <0.20UDLA-505-4127440-47-3 ug/L 2 0.20 2.0 04/16/14
Cobalt <0.10UDLA-505-4127440-48-4 ug/L 2 0.10 0.50 04/16/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516003

Sample ID B2VXV2
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Inorganic

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

E - Analyte is an estimate, see comment section.
N - MS and/or MSD recovery outside control limits.

U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte < the PQL(or EQL)but >= the IDL/MDL(Inorganic)
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

Copper <0.20UDLA-505-4127440-50-8 ug/L 2 0.20 2.0 04/16/14
Zinc 4.39BDCLA-505-4127440-66-6 ug/L 2 4.0 20 04/16/14
Lead <0.10UDLA-505-4127439-92-1 ug/L 2 0.10 1.0 04/16/14
Mercury <0.10UDLA-505-4127439-97-6 ug/L 2 0.10 0.40 04/16/14
Molybdenum <0.10UDLA-505-4127439-98-7 ug/L 2 0.10 1.0 04/16/14
Strontium <0.40UDLA-505-4127440-24-6 ug/L 2 0.40 2.0 04/16/14
Thallium <0.10UDLA-505-4127440-28-0 ug/L 2 0.10 1.0 04/16/14
Tin <0.10UDLA-505-4127440-31-5 ug/L 2 0.10 1.0 04/16/14
Uranium <0.10UDLA-505-4127440-61-1 ug/L 2 0.10 0.50 04/16/14
Arsenic <0.40UDLA-505-4127440-38-2 ug/L 2 0.40 4.0 04/16/14
Selenium <2.0UDLA-505-4127782-49-2 ug/L 2 2.0 20 04/16/14
Thorium <0.20UDLA-505-4127440-29-1 ug/L 2 0.20 2.0 04/16/14
Boron 27.7DLA-505-4127440-42-8 ug/L 2 4.0 10 04/16/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516004

Sample ID B2VXV3
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Inorganic

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

E - Analyte is an estimate, see comment section.
N - MS and/or MSD recovery outside control limits.

U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte < the PQL(or EQL)but >= the IDL/MDL(Inorganic)
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

ICPAES Prep (W) 03/31/14
ICP-6010 - All possible metals
Iron <40ULA-505-4117439-89-6 ug/L 1 40 50 04/01/14
Magnesium 13300LA-505-4117439-95-4 ug/L 1 60 750 04/01/14
Potassium 4270LA-505-4117440-09-7 ug/L 1 250 4000 04/01/14
Sodium 15700LA-505-4117440-23-5 ug/L 1 100 500 04/01/14
Calcium 61400LA-505-4117440-70-2 ug/L 1 50 1000 04/01/14
ICPMS Prep (W) 04/16/14
ICP-2008 MS All possible metal
Aluminum <20UDLA-505-4127429-90-5 ug/L 2 20 100 04/16/14
Manganese <0.20UDLA-505-4127439-96-5 ug/L 2 0.20 2.0 04/16/14
Nickel 0.468BDLA-505-4127440-02-0 ug/L 2 0.20 2.0 04/16/14
Silver <0.10UDLA-505-4127440-22-4 ug/L 2 0.10 1.0 04/16/14
Antimony <0.60UDLA-505-4127440-36-0 ug/L 2 0.60 6.0 04/16/14
Barium 35.0DLA-505-4127440-39-3 ug/L 2 0.40 4.0 04/16/14
Beryllium <0.20UDLA-505-4127440-41-7 ug/L 2 0.20 2.0 04/16/14
Cadmium <0.10UDLA-505-4127440-43-9 ug/L 2 0.10 1.0 04/16/14
Chromium 9.78DCLA-505-4127440-47-3 ug/L 2 0.20 2.0 04/16/14
Cobalt <0.10UDLA-505-4127440-48-4 ug/L 2 0.10 0.50 04/16/14

May 21, 2014 REV. 1



Page 34 of 138May 21, 2014 13:05:12

Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516004

Sample ID B2VXV3
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Inorganic

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

E - Analyte is an estimate, see comment section.
N - MS and/or MSD recovery outside control limits.

U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte < the PQL(or EQL)but >= the IDL/MDL(Inorganic)
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

Copper 0.312BDLA-505-4127440-50-8 ug/L 2 0.20 2.0 04/16/14
Zinc 5.58BDCLA-505-4127440-66-6 ug/L 2 4.0 20 04/16/14
Lead <0.10UDLA-505-4127439-92-1 ug/L 2 0.10 1.0 04/16/14
Mercury <0.10UDLA-505-4127439-97-6 ug/L 2 0.10 0.40 04/16/14
Molybdenum 1.02DLA-505-4127439-98-7 ug/L 2 0.10 1.0 04/16/14
Strontium 285DLA-505-4127440-24-6 ug/L 2 0.40 2.0 04/16/14
Thallium <0.10UDLA-505-4127440-28-0 ug/L 2 0.10 1.0 04/16/14
Tin <0.10UDLA-505-4127440-31-5 ug/L 2 0.10 1.0 04/16/14
Uranium 1.75DLA-505-4127440-61-1 ug/L 2 0.10 0.50 04/16/14
Arsenic 2.23BDLA-505-4127440-38-2 ug/L 2 0.40 4.0 04/16/14
Selenium <2.0UDLA-505-4127782-49-2 ug/L 2 2.0 20 04/16/14
Thorium <0.20UDLA-505-4127440-29-1 ug/L 2 0.20 2.0 04/16/14
Boron 41.8DLA-505-4127440-42-8 ug/L 2 4.0 10 04/16/14
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WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Preparation for 8082 (W) SPE 04/02/14
PCBs by EPA SW-846 Method 8082
Aroclor-1016 <0.09ULA-523-42712674-11-2 ug/L 1 0.09 0.2 04/09/14
Aroclor-1221 <0.2ULA-523-42711104-28-2 ug/L 1 0.2 0.4 04/09/14
Aroclor-1232 <0.09ULA-523-42711141-16-5 ug/L 1 0.09 0.2 04/09/14
Aroclor-1242 <0.09ULA-523-42753469-21-9 ug/L 1 0.09 0.2 04/09/14
Aroclor-1248 <0.09ULA-523-42712672-29-6 ug/L 1 0.09 0.2 04/09/14
Aroclor-1254 <0.09ULA-523-42711097-69-1 ug/L 1 0.09 0.2 04/09/14
Aroclor-1260 <0.09ULA-523-42711096-82-5 ug/L 1 0.09 0.2 04/09/14
Preparation for 8270 (W) CLE 03/25/14
8270 2nd run for Hexachlorophene
Hexachlorophene <0.9ULA-523-45670-30-4 ug/L 1 0.9 1 04/14/14
Appendix-9  8270 Semivolatiles
4-Nitrophenol <0.9ULA-523-456100-02-7 ug/L 1 0.9 1 04/09/14
2,4-Dinitrotoluene <0.9ULA-523-456121-14-2 ug/L 1 0.9 1 04/09/14
1,4-Dichlorobenzene <0.9ULA-523-456106-46-7 ug/L 1 0.9 1 04/09/14
1,2,4-Trichlorobenzene <0.9ULA-523-456120-82-1 ug/L 1 0.9 1 04/09/14
Phenol <0.9ULA-523-456108-95-2 ug/L 1 0.9 1 04/09/14
Pyrene <0.9ULA-523-456129-00-0 ug/L 1 0.9 1 04/09/14
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WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

4-Chloro-3-
methylphenol

<0.9ULA-523-45659-50-7 ug/L 1 0.9 1 04/09/14

n-Nitroso-di-n-
propylamine

<0.9ULA-523-456621-64-7 ug/L 1 0.9 1 04/09/14

Acenaphthene <0.9ULA-523-45683-32-9 ug/L 1 0.9 1 04/09/14
Pentachlorophenol <0.9ULA-523-45687-86-5 ug/L 1 0.9 1 04/09/14
2-Chlorophenol <0.9ULA-523-45695-57-8 ug/L 1 0.9 1 04/09/14
4-Nitroaniline <0.9ULA-523-456100-01-6 ug/L 1 0.9 2 04/09/14
4-Bromophenyl-
phenylether

<0.9ULA-523-456101-55-3 ug/L 1 0.9 1 04/09/14

2,4-Dimethylphenol <1ULA-523-456105-67-9 ug/L 1 1 2 04/09/14
4-Chloroaniline <0.9ULA-523-456106-47-8 ug/L 1 0.9 1 04/09/14
Bis(1-Chloro-2-
propyl)ether

<0.9ULA-523-456108-60-1 ug/L 1 0.9 1 04/09/14

Bis-(2-Chloroethyl)
ether

<0.9ULA-523-456111-44-4 ug/L 1 0.9 1 04/09/14

Bis-(2-
Chloroethoxy)methane

<0.9ULA-523-456111-91-1 ug/L 1 0.9 1 04/09/14

Bis-(2-
Ethylhexyl)phthalate

<0.9UoTLA-523-456117-81-7 ug/L 1 0.9 1 04/09/14

Di-n-octylphthalate <0.9UoTLA-523-456117-84-0 ug/L 1 0.9 1 04/09/14
Hexachlorobenzene <0.9ULA-523-456118-74-1 ug/L 1 0.9 1 04/09/14
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Report ID: 140516
Group # WSCF140516
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Anthracene <0.9ULA-523-456120-12-7 ug/L 1 0.9 1 04/09/14
2,4-Dichlorophenol <0.9ULA-523-456120-83-2 ug/L 1 0.9 1 04/09/14
Dimethylphthalate <0.9ULA-523-456131-11-3 ug/L 1 0.9 1 04/09/14
Dibenzofuran <0.9ULA-523-456132-64-9 ug/L 1 0.9 1 04/09/14
Benzo(g,h,i)perylene <0.9ULA-523-456191-24-2 ug/L 1 0.9 1 04/09/14
Indeno(1,2,3-cd)pyrene <0.9ULA-523-456193-39-5 ug/L 1 0.9 1 04/09/14
Benzo(b)fluoranthene <0.9ULA-523-456205-99-2 ug/L 1 0.9 1 04/09/14
Fluoranthene <0.9ULA-523-456206-44-0 ug/L 1 0.9 1 04/09/14
Benzo(k)fluoranthene <0.9ULA-523-456207-08-9 ug/L 1 0.9 1 04/09/14
Acenaphthylene <0.9ULA-523-456208-96-8 ug/L 1 0.9 1 04/09/14
Chrysene <0.9ULA-523-456218-01-9 ug/L 1 0.9 1 04/09/14
Benzo(a)pyrene <0.9ULA-523-45650-32-8 ug/L 1 0.9 1 04/09/14
2,4-Dinitrophenol <0.9ULA-523-45651-28-5 ug/L 1 0.9 1 04/09/14
Dibenzo(a,h)anthracen
e

<0.9ULA-523-45653-70-3 ug/L 1 0.9 1 04/09/14

4,6-Dinitro-2-
methylphenol

<0.9ULA-523-456534-52-1 ug/L 1 0.9 1 04/09/14

1,3-Dichlorobenzene <0.9ULA-523-456541-73-1 ug/L 1 0.9 1 04/09/14
Benzo(a)anthracene <0.9ULA-523-45656-55-3 ug/L 1 0.9 1 04/09/14
2,6-Dinitrotoluene <0.9ULA-523-456606-20-2 ug/L 1 0.9 1 04/09/14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

4-Chlorophenyl-
phenylether

<0.9ULA-523-4567005-72-3 ug/L 1 0.9 1 04/09/14

Hexachlorocyclopentad
iene

<0.9ULA-523-45677-47-4 ug/L 1 0.9 2 04/09/14

Isophorone <0.9ULA-523-45678-59-1 ug/L 1 0.9 1 04/09/14
Diethyl phthalate <0.9ULA-523-45684-66-2 ug/L 1 0.9 1 04/09/14
Di-n-butylphthalate <0.9UoTLA-523-45684-74-2 ug/L 1 0.9 1 04/09/14
Phenanthrene <0.9ULA-523-45685-01-8 ug/L 1 0.9 1 04/09/14
Butylbenzylphthalate <0.9ULA-523-45685-68-7 ug/L 1 0.9 1 04/09/14
Fluorene <0.9ULA-523-45686-73-7 ug/L 1 0.9 1 04/09/14
Carbazole <0.9ULA-523-45686-74-8 ug/L 1 0.9 1 04/09/14
Hexachlorobutadiene <0.9ULA-523-45687-68-3 ug/L 1 0.9 1 04/09/14
2-Nitroaniline <0.9ULA-523-45688-74-4 ug/L 1 0.9 1 04/09/14
2-Nitrophenol <0.9ULA-523-45688-75-5 ug/L 1 0.9 1 04/09/14
Naphthalene <0.9ULA-523-45691-20-3 ug/L 1 0.9 1 04/09/14
2-Methylnaphthalene <0.9ULA-523-45691-57-6 ug/L 1 0.9 1 04/09/14
2-Chloronaphthalene <0.9ULA-523-45691-58-7 ug/L 1 0.9 1 04/09/14
3,3-Dichlorobenzidine <0.9ULA-523-45691-94-1 ug/L 1 0.9 1 04/09/14
2-Methylphenol <0.9ULA-523-45695-48-7 ug/L 1 0.9 1 04/09/14
1,2-Dichlorobenzene <0.9ULA-523-45695-50-1 ug/L 1 0.9 1 04/09/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

2,4,5-Trichlorophenol <0.9ULA-523-45695-95-4 ug/L 1 0.9 1 04/09/14
Nitrobenzene <0.9ULA-523-45698-95-3 ug/L 1 0.9 1 04/09/14
3-Nitroaniline <0.9ULA-523-45699-09-2 ug/L 1 0.9 1 04/09/14
3 & 4 Methylphenol,
Total

<0.9ULA-523-45665794-96-9 ug/L 1 0.9 1 04/09/14

Hexachloroethane <0.9ULA-523-45667-72-1 ug/L 1 0.9 1 04/09/14
2,4,6-Trichlorophenol <0.9ULA-523-45688-06-2 ug/L 1 0.9 1 04/09/14
Benzyl alcohol <0.9ULA-523-456100-51-6 ug/L 1 0.9 1 04/09/14
Tributyl phosphate <0.9ULA-523-456126-73-8 ug/L 1 0.9 1 04/09/14
2-Naphthylamine <1ULA-523-45691-59-8 ug/L 1 1 2 04/09/14
Pyridine <0.9ULA-523-456110-86-1 ug/L 1 0.9 1 04/09/14
n-Nitrosopiperidine <0.9ULA-523-456100-75-4 ug/L 1 0.9 1 04/09/14
n-
Nitrosomethylethylamin
e

<0.9ULA-523-45610595-95-6 ug/L 1 0.9 1 04/09/14

p-Phenylenediamine <0.9ULA-523-456106-50-3 ug/L 1 0.9 1 04/09/14
2-Picoline <0.9ULA-523-456109-06-8 ug/L 1 0.9 1 04/09/14
3,3-Dimethylbenzidine <4ULA-523-456119-93-7 ug/L 1 4 6 04/09/14
Isosafrole <0.9ULA-523-456120-58-1 ug/L 1 0.9 1 04/09/14
Phentermine <5ULA-523-456122-09-8 ug/L 1 5 9 04/09/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

1,4-Dioxane <0.9ULA-523-456123-91-1 ug/L 1 0.9 1 04/09/14
1,4-Naphthoquinone <0.9ULA-523-456130-15-4 ug/L 1 0.9 1 04/09/14
1-Naphthylamine <1ULA-523-456134-32-7 ug/L 1 1 2 04/09/14
Aramite <0.9ULA-523-456140-57-8 ug/L 1 0.9 1 04/09/14
Kepone <0.9ULA-523-456143-50-0 ug/L 1 0.9 1 04/09/14
Hexachloropropene <0.9ULA-523-4561888-71-7 ug/L 1 0.9 1 04/09/14
Diallate <0.9ULA-523-4562303-16-4 ug/L 1 0.9 1 04/09/14
Pronamide <0.9ULA-523-45623950-58-5 ug/L 1 0.9 1 04/09/14
Isodrin <0.9ULA-523-456465-73-6 ug/L 1 0.9 1 04/09/14
Chlorobenzilate <0.9ULA-523-456510-15-6 ug/L 1 0.9 1 04/09/14
2-Acetylaminofluorene <0.9ULA-523-45653-96-3 ug/L 1 0.9 1 04/09/14
n-Nitrosodiethylamine <0.9ULA-523-45655-18-5 ug/L 1 0.9 1 04/09/14
3-Methylcholanthrene <0.9ULA-523-45656-49-5 ug/L 1 0.9 1 04/09/14
4-Nitroquinoline-1-
oxide

<0.9ULA-523-45656-57-5 ug/L 1 0.9 2 04/09/14

7,12-
Dimethylbenz(a)anthra
cene

<0.9ULA-523-45657-97-6 ug/L 1 0.9 1 04/09/14

2,3,4,6-
Tetrachlorophenol

<0.9ULA-523-45658-90-2 ug/L 1 0.9 1 04/09/14

n-Nitrosomorpholine <0.9ULA-523-45659-89-2 ug/L 1 0.9 1 04/09/14
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Group # WSCF140516
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Pentachlorobenzene <0.9ULA-523-456608-93-5 ug/L 1 0.9 1 04/09/14
Phenacetin <0.9ULA-523-45662-44-2 ug/L 1 0.9 1 04/09/14
Ethyl methanesulfonate <0.9ULA-523-45662-50-0 ug/L 1 0.9 1 04/09/14
Aniline <0.9ULA-523-45662-53-3 ug/L 1 0.9 1 04/09/14
n-
Nitrosodimethylamine

<0.9ULA-523-45662-75-9 ug/L 1 0.9 1 04/09/14

Methyl
methanesulfonate

<0.9ULA-523-45666-27-3 ug/L 1 0.9 1 04/09/14

Pentachloroethane <0.9ULA-523-45676-01-7 ug/L 1 0.9 1 04/09/14
Pentachloronitrobenze
ne

<1ULA-523-45682-68-8 ug/L 1 1 2 04/09/14

2,6-Dichlorophenol <0.9ULA-523-45687-65-0 ug/L 1 0.9 1 04/09/14
Dinoseb(..dinitromethyl
phenol)

<0.9ULA-523-45688-85-7 ug/L 1 0.9 1 04/09/14

4-Aminobiphenyl <1ULA-523-45692-67-1 ug/L 1 1 2 04/09/14
n-Nitrosodibutylamine <0.9ULA-523-456924-16-3 ug/L 1 0.9 1 04/09/14
n-Nitrosopyrolidine <0.9ULA-523-456930-55-2 ug/L 1 0.9 1 04/09/14
Safrole <0.9ULA-523-45694-59-7 ug/L 1 0.9 1 04/09/14
o-Toluidine <0.9ULA-523-45695-53-4 ug/L 1 0.9 1 04/09/14
1,2,4,5-
Tetrachlorobenzene

<0.9ULA-523-45695-94-3 ug/L 1 0.9 1 04/09/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Acetophenone <0.9ULA-523-45698-86-2 ug/L 1 0.9 1 04/09/14
1,3,5-Trinitrobenzene <0.9ULA-523-45699-35-4 ug/L 1 0.9 1 04/09/14
2-Methyl-5-nitroaniline <0.9ULA-523-45699-55-8 ug/L 1 0.9 1 04/09/14
1,3-Dinitrobenzene <0.9ULA-523-45699-65-0 ug/L 1 0.9 1 04/09/14
O,O,O-
Triethylthiophosphate

<0.9ULA-523-456126-68-1 ug/L 1 0.9 1 04/09/14

Parathion <0.9ULA-523-45656-38-2 ug/L 1 0.9 1 04/09/14
Dimethylaminoazobenz
ene

<0.9ULA-523-45660-11-7 ug/L 1 0.9 1 04/09/14

Dimethoate <0.9ULA-523-45660-51-5 ug/L 1 0.9 1 04/09/14
Thionazin <0.9ULA-523-456297-97-2 ug/L 1 0.9 1 04/09/14
Methyl parathion <0.9ULA-523-456298-00-0 ug/L 1 0.9 1 04/09/14
Phorate <0.9ULA-523-456298-02-2 ug/L 1 0.9 1 04/09/14
Disulfoton <0.9ULA-523-456298-04-4 ug/L 1 0.9 1 04/09/14
Sulfotep <0.9ULA-523-4563689-24-5 ug/L 1 0.9 1 04/09/14
Famfur <5ULA-523-45652-85-7 ug/L 1 5 9 04/09/14
N-
Nitrosodiphenylamin/Di
phenyl

<0.9ULA-523-456DPA+NNDPA ug/L 1 0.9 1 04/09/14

Methapyrilene <0.9ULA-523-45691-80-5 ug/L 1 0.9 1 04/09/14
Total Petroleum Hydrocarbons (Water Prep 03/26/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Extractable Diesel and Petroleum
Diesel <70ULA-523-493TPHDIESEL ug/L 1 70 200 03/31/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Preparation for 8082 (W) SPE 04/02/14
PCBs by EPA SW-846 Method 8082
Aroclor-1016 <0.09ULA-523-42712674-11-2 ug/L 1 0.09 0.2 04/09/14
Aroclor-1221 <0.2ULA-523-42711104-28-2 ug/L 1 0.2 0.4 04/09/14
Aroclor-1232 <0.09ULA-523-42711141-16-5 ug/L 1 0.09 0.2 04/09/14
Aroclor-1242 <0.09ULA-523-42753469-21-9 ug/L 1 0.09 0.2 04/09/14
Aroclor-1248 <0.09ULA-523-42712672-29-6 ug/L 1 0.09 0.2 04/09/14
Aroclor-1254 <0.09ULA-523-42711097-69-1 ug/L 1 0.09 0.2 04/09/14
Aroclor-1260 <0.09ULA-523-42711096-82-5 ug/L 1 0.09 0.2 04/09/14
Preparation for 8270 (W) CLE 03/25/14
8270 2nd run for Hexachlorophene
Hexachlorophene <0.9ULA-523-45670-30-4 ug/L 1 0.9 1 04/14/14
Appendix-9  8270 Semivolatiles
4-Nitrophenol <0.9ULA-523-456100-02-7 ug/L 1 0.9 1 04/09/14
2,4-Dinitrotoluene <0.9ULA-523-456121-14-2 ug/L 1 0.9 1 04/09/14
1,4-Dichlorobenzene <0.9ULA-523-456106-46-7 ug/L 1 0.9 1 04/09/14
1,2,4-Trichlorobenzene <0.9ULA-523-456120-82-1 ug/L 1 0.9 1 04/09/14
Phenol <0.9ULA-523-456108-95-2 ug/L 1 0.9 1 04/09/14
Pyrene <0.9ULA-523-456129-00-0 ug/L 1 0.9 1 04/09/14

May 21, 2014 REV. 1



Page 45 of 138May 21, 2014 13:05:13

Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

4-Chloro-3-
methylphenol

<0.9ULA-523-45659-50-7 ug/L 1 0.9 1 04/09/14

n-Nitroso-di-n-
propylamine

<0.9ULA-523-456621-64-7 ug/L 1 0.9 1 04/09/14

Acenaphthene <0.9ULA-523-45683-32-9 ug/L 1 0.9 1 04/09/14
Pentachlorophenol <0.9ULA-523-45687-86-5 ug/L 1 0.9 1 04/09/14
2-Chlorophenol <0.9ULA-523-45695-57-8 ug/L 1 0.9 1 04/09/14
4-Nitroaniline <0.9ULA-523-456100-01-6 ug/L 1 0.9 2 04/09/14
4-Bromophenyl-
phenylether

<0.9ULA-523-456101-55-3 ug/L 1 0.9 1 04/09/14

2,4-Dimethylphenol <1ULA-523-456105-67-9 ug/L 1 1 2 04/09/14
4-Chloroaniline <0.9ULA-523-456106-47-8 ug/L 1 0.9 1 04/09/14
Bis(1-Chloro-2-
propyl)ether

<0.9ULA-523-456108-60-1 ug/L 1 0.9 1 04/09/14

Bis-(2-Chloroethyl)
ether

<0.9ULA-523-456111-44-4 ug/L 1 0.9 1 04/09/14

Bis-(2-
Chloroethoxy)methane

<0.9ULA-523-456111-91-1 ug/L 1 0.9 1 04/09/14

Bis-(2-
Ethylhexyl)phthalate

<0.9UoTLA-523-456117-81-7 ug/L 1 0.9 1 04/09/14

Di-n-octylphthalate <0.9UoTLA-523-456117-84-0 ug/L 1 0.9 1 04/09/14
Hexachlorobenzene <0.9ULA-523-456118-74-1 ug/L 1 0.9 1 04/09/14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Anthracene <0.9ULA-523-456120-12-7 ug/L 1 0.9 1 04/09/14
2,4-Dichlorophenol <0.9ULA-523-456120-83-2 ug/L 1 0.9 1 04/09/14
Dimethylphthalate <0.9ULA-523-456131-11-3 ug/L 1 0.9 1 04/09/14
Dibenzofuran <0.9ULA-523-456132-64-9 ug/L 1 0.9 1 04/09/14
Benzo(g,h,i)perylene <0.9ULA-523-456191-24-2 ug/L 1 0.9 1 04/09/14
Indeno(1,2,3-cd)pyrene <0.9ULA-523-456193-39-5 ug/L 1 0.9 1 04/09/14
Benzo(b)fluoranthene <0.9ULA-523-456205-99-2 ug/L 1 0.9 1 04/09/14
Fluoranthene <0.9ULA-523-456206-44-0 ug/L 1 0.9 1 04/09/14
Benzo(k)fluoranthene <0.9ULA-523-456207-08-9 ug/L 1 0.9 1 04/09/14
Acenaphthylene <0.9ULA-523-456208-96-8 ug/L 1 0.9 1 04/09/14
Chrysene <0.9ULA-523-456218-01-9 ug/L 1 0.9 1 04/09/14
Benzo(a)pyrene <0.9ULA-523-45650-32-8 ug/L 1 0.9 1 04/09/14
2,4-Dinitrophenol <0.9ULA-523-45651-28-5 ug/L 1 0.9 1 04/09/14
Dibenzo(a,h)anthracen
e

<0.9ULA-523-45653-70-3 ug/L 1 0.9 1 04/09/14

4,6-Dinitro-2-
methylphenol

<0.9ULA-523-456534-52-1 ug/L 1 0.9 1 04/09/14

1,3-Dichlorobenzene <0.9ULA-523-456541-73-1 ug/L 1 0.9 1 04/09/14
Benzo(a)anthracene <0.9ULA-523-45656-55-3 ug/L 1 0.9 1 04/09/14
2,6-Dinitrotoluene <0.9ULA-523-456606-20-2 ug/L 1 0.9 1 04/09/14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

4-Chlorophenyl-
phenylether

<0.9ULA-523-4567005-72-3 ug/L 1 0.9 1 04/09/14

Hexachlorocyclopentad
iene

<0.9ULA-523-45677-47-4 ug/L 1 0.9 2 04/09/14

Isophorone <0.9ULA-523-45678-59-1 ug/L 1 0.9 1 04/09/14
Diethyl phthalate <0.9ULA-523-45684-66-2 ug/L 1 0.9 1 04/09/14
Di-n-butylphthalate <0.9UoTLA-523-45684-74-2 ug/L 1 0.9 1 04/09/14
Phenanthrene <0.9ULA-523-45685-01-8 ug/L 1 0.9 1 04/09/14
Butylbenzylphthalate <0.9ULA-523-45685-68-7 ug/L 1 0.9 1 04/09/14
Fluorene <0.9ULA-523-45686-73-7 ug/L 1 0.9 1 04/09/14
Carbazole <0.9ULA-523-45686-74-8 ug/L 1 0.9 1 04/09/14
Hexachlorobutadiene <0.9ULA-523-45687-68-3 ug/L 1 0.9 1 04/09/14
2-Nitroaniline <0.9ULA-523-45688-74-4 ug/L 1 0.9 1 04/09/14
2-Nitrophenol <0.9ULA-523-45688-75-5 ug/L 1 0.9 1 04/09/14
Naphthalene <0.9ULA-523-45691-20-3 ug/L 1 0.9 1 04/09/14
2-Methylnaphthalene <0.9ULA-523-45691-57-6 ug/L 1 0.9 1 04/09/14
2-Chloronaphthalene <0.9ULA-523-45691-58-7 ug/L 1 0.9 1 04/09/14
3,3-Dichlorobenzidine <0.9ULA-523-45691-94-1 ug/L 1 0.9 1 04/09/14
2-Methylphenol <0.9ULA-523-45695-48-7 ug/L 1 0.9 1 04/09/14
1,2-Dichlorobenzene <0.9ULA-523-45695-50-1 ug/L 1 0.9 1 04/09/14
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Report ID: 140516
Group # WSCF140516
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

2,4,5-Trichlorophenol <0.9ULA-523-45695-95-4 ug/L 1 0.9 1 04/09/14
Nitrobenzene <0.9ULA-523-45698-95-3 ug/L 1 0.9 1 04/09/14
3-Nitroaniline <0.9ULA-523-45699-09-2 ug/L 1 0.9 1 04/09/14
3 & 4 Methylphenol,
Total

<0.9ULA-523-45665794-96-9 ug/L 1 0.9 1 04/09/14

Hexachloroethane <0.9ULA-523-45667-72-1 ug/L 1 0.9 1 04/09/14
2,4,6-Trichlorophenol <0.9ULA-523-45688-06-2 ug/L 1 0.9 1 04/09/14
Benzyl alcohol <0.9ULA-523-456100-51-6 ug/L 1 0.9 1 04/09/14
Tributyl phosphate <0.9ULA-523-456126-73-8 ug/L 1 0.9 1 04/09/14
2-Naphthylamine <1ULA-523-45691-59-8 ug/L 1 1 2 04/09/14
Pyridine <0.9ULA-523-456110-86-1 ug/L 1 0.9 1 04/09/14
n-Nitrosopiperidine <0.9ULA-523-456100-75-4 ug/L 1 0.9 1 04/09/14
n-
Nitrosomethylethylamin
e

<0.9ULA-523-45610595-95-6 ug/L 1 0.9 1 04/09/14

p-Phenylenediamine <0.9ULA-523-456106-50-3 ug/L 1 0.9 1 04/09/14
2-Picoline <0.9ULA-523-456109-06-8 ug/L 1 0.9 1 04/09/14
3,3-Dimethylbenzidine <4ULA-523-456119-93-7 ug/L 1 4 6 04/09/14
Isosafrole <0.9ULA-523-456120-58-1 ug/L 1 0.9 1 04/09/14
Phentermine <5ULA-523-456122-09-8 ug/L 1 5 9 04/09/14
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Report ID: 140516
Group # WSCF140516
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

1,4-Dioxane <0.9ULA-523-456123-91-1 ug/L 1 0.9 1 04/09/14
1,4-Naphthoquinone <0.9ULA-523-456130-15-4 ug/L 1 0.9 1 04/09/14
1-Naphthylamine <1ULA-523-456134-32-7 ug/L 1 1 2 04/09/14
Aramite <0.9ULA-523-456140-57-8 ug/L 1 0.9 1 04/09/14
Kepone <0.9ULA-523-456143-50-0 ug/L 1 0.9 1 04/09/14
Hexachloropropene <0.9ULA-523-4561888-71-7 ug/L 1 0.9 1 04/09/14
Diallate <0.9ULA-523-4562303-16-4 ug/L 1 0.9 1 04/09/14
Pronamide <0.9ULA-523-45623950-58-5 ug/L 1 0.9 1 04/09/14
Isodrin <0.9ULA-523-456465-73-6 ug/L 1 0.9 1 04/09/14
Chlorobenzilate <0.9ULA-523-456510-15-6 ug/L 1 0.9 1 04/09/14
2-Acetylaminofluorene <0.9ULA-523-45653-96-3 ug/L 1 0.9 1 04/09/14
n-Nitrosodiethylamine <0.9ULA-523-45655-18-5 ug/L 1 0.9 1 04/09/14
3-Methylcholanthrene <0.9ULA-523-45656-49-5 ug/L 1 0.9 1 04/09/14
4-Nitroquinoline-1-
oxide

<0.9ULA-523-45656-57-5 ug/L 1 0.9 2 04/09/14

7,12-
Dimethylbenz(a)anthra
cene

<0.9ULA-523-45657-97-6 ug/L 1 0.9 1 04/09/14

2,3,4,6-
Tetrachlorophenol

<0.9ULA-523-45658-90-2 ug/L 1 0.9 1 04/09/14

n-Nitrosomorpholine <0.9ULA-523-45659-89-2 ug/L 1 0.9 1 04/09/14
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Report ID: 140516
Group # WSCF140516
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Pentachlorobenzene <0.9ULA-523-456608-93-5 ug/L 1 0.9 1 04/09/14
Phenacetin <0.9ULA-523-45662-44-2 ug/L 1 0.9 1 04/09/14
Ethyl methanesulfonate <0.9ULA-523-45662-50-0 ug/L 1 0.9 1 04/09/14
Aniline <0.9ULA-523-45662-53-3 ug/L 1 0.9 1 04/09/14
n-
Nitrosodimethylamine

<0.9ULA-523-45662-75-9 ug/L 1 0.9 1 04/09/14

Methyl
methanesulfonate

<0.9ULA-523-45666-27-3 ug/L 1 0.9 1 04/09/14

Pentachloroethane <0.9ULA-523-45676-01-7 ug/L 1 0.9 1 04/09/14
Pentachloronitrobenze
ne

<1ULA-523-45682-68-8 ug/L 1 1 2 04/09/14

2,6-Dichlorophenol <0.9ULA-523-45687-65-0 ug/L 1 0.9 1 04/09/14
Dinoseb(..dinitromethyl
phenol)

<0.9ULA-523-45688-85-7 ug/L 1 0.9 1 04/09/14

4-Aminobiphenyl <1ULA-523-45692-67-1 ug/L 1 1 2 04/09/14
n-Nitrosodibutylamine <0.9ULA-523-456924-16-3 ug/L 1 0.9 1 04/09/14
n-Nitrosopyrolidine <0.9ULA-523-456930-55-2 ug/L 1 0.9 1 04/09/14
Safrole <0.9ULA-523-45694-59-7 ug/L 1 0.9 1 04/09/14
o-Toluidine <0.9ULA-523-45695-53-4 ug/L 1 0.9 1 04/09/14
1,2,4,5-
Tetrachlorobenzene

<0.9ULA-523-45695-94-3 ug/L 1 0.9 1 04/09/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Acetophenone <0.9ULA-523-45698-86-2 ug/L 1 0.9 1 04/09/14
1,3,5-Trinitrobenzene <0.9ULA-523-45699-35-4 ug/L 1 0.9 1 04/09/14
2-Methyl-5-nitroaniline <0.9ULA-523-45699-55-8 ug/L 1 0.9 1 04/09/14
1,3-Dinitrobenzene <0.9ULA-523-45699-65-0 ug/L 1 0.9 1 04/09/14
O,O,O-
Triethylthiophosphate

<0.9ULA-523-456126-68-1 ug/L 1 0.9 1 04/09/14

Parathion <0.9ULA-523-45656-38-2 ug/L 1 0.9 1 04/09/14
Dimethylaminoazobenz
ene

<0.9ULA-523-45660-11-7 ug/L 1 0.9 1 04/09/14

Dimethoate <0.9ULA-523-45660-51-5 ug/L 1 0.9 1 04/09/14
Thionazin <0.9ULA-523-456297-97-2 ug/L 1 0.9 1 04/09/14
Methyl parathion <0.9ULA-523-456298-00-0 ug/L 1 0.9 1 04/09/14
Phorate <0.9ULA-523-456298-02-2 ug/L 1 0.9 1 04/09/14
Disulfoton <0.9ULA-523-456298-04-4 ug/L 1 0.9 1 04/09/14
Sulfotep <0.9ULA-523-4563689-24-5 ug/L 1 0.9 1 04/09/14
Famfur <5ULA-523-45652-85-7 ug/L 1 5 9 04/09/14
N-
Nitrosodiphenylamin/Di
phenyl

<0.9ULA-523-456DPA+NNDPA ug/L 1 0.9 1 04/09/14

Methapyrilene <0.9ULA-523-45691-80-5 ug/L 1 0.9 1 04/09/14
Total Petroleum Hydrocarbons (Water Prep 03/26/14
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WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Semivolatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < lowest calibration but >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - MS/MSD recovery outside control limits(GC/MS only).
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Extractable Diesel and Petroleum
Diesel <70ULA-523-493TPHDIESEL ug/L 1 70 200 03/31/14
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WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Volatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < PQL (or EQL) >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - GC/MS or N - Non GC/MS - MS/MSD recovery outside control limits
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Gasoline Range Prep (W) 03/31/14
Gasoline Range (W)
Gasoline <50UNLA-523-443TPHGASOLIN ug/L 1 50 200 03/31/14
Preparation for 8015 (W) 04/01/14
SW-846 Method 8015 for GPP
Diethyl ether <100ULA-523-49460-29-7 ug/L 1 100 250 04/01/14
Ethyl acetate <100ULA-523-494141-78-6 ug/L 1 100 250 04/01/14
Methanol <100ULA-523-49467-56-1 ug/L 1 100 250 04/01/14
Ethanol <100UNLA-523-49464-17-5 ug/L 1 100 250 04/01/14
1-Propanol <100ULA-523-49471-23-8 ug/L 1 100 250 04/01/14
Preparation for 8260B (W) 03/25/14
SW-846 8260B Volatiles
1,1-Dichloroethene <1ULA-523-45575-35-4 ug/L 1 1 5 03/25/14
Trichloroethene <0.5ULA-523-45579-01-6 ug/L 1 0.5 1 03/25/14
Benzene <1ULA-523-45571-43-2 ug/L 1 1 5 03/25/14
Toluene <1ULA-523-455108-88-3 ug/L 1 1 5 03/25/14
Chlorobenzene <1ULA-523-455108-90-7 ug/L 1 1 5 03/25/14
1,1-Dichloroethane <1ULA-523-45575-34-3 ug/L 1 1 5 03/25/14
Ethylbenzene <1ULA-523-455100-41-4 ug/L 1 1 4 03/25/14
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Report ID: 140516
Group # WSCF140516
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REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Volatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < PQL (or EQL) >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - GC/MS or N - Non GC/MS - MS/MSD recovery outside control limits
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Styrene <1ULA-523-455100-42-5 ug/L 1 1 5 03/25/14
cis-1,3-
Dichloropropene

<1ULA-523-45510061-01-5 ug/L 1 1 5 03/25/14

trans-1,3-
Dichloropropene

<1ULA-523-45510061-02-6 ug/L 1 1 5 03/25/14

1,2-Dichloroethane <1ULA-523-455107-06-2 ug/L 1 1 5 03/25/14
Methyl isobutyl ketone <1ULA-523-455108-10-1 ug/L 1 1 5 03/25/14
Dibromochloromethane <1ULA-523-455124-48-1 ug/L 1 1 5 03/25/14
Tetrachloroethene <1ULA-523-455127-18-4 ug/L 1 1 5 03/25/14
Total Xylenes <1ULA-523-4551330-20-7 ug/L 1 1 5 03/25/14
Total 1,2-
Dichloroethene

<1ULA-523-455540-59-0 ug/L 1 1 5 03/25/14

Carbon tetrachloride <1ULA-523-45556-23-5 ug/L 1 1 3 03/25/14
2-Hexanone <5ULA-523-455591-78-6 ug/L 1 5 20 03/25/14
Acetone <5ULA-523-45567-64-1 ug/L 1 5 20 03/25/14
Chloroform <1ULA-523-45567-66-3 ug/L 1 1 5 03/25/14
1,1,1-Trichloroethane <1ULA-523-45571-55-6 ug/L 1 1 5 03/25/14
Bromomethane <1ULA-523-45574-83-9 ug/L 1 1 5 03/25/14
Chloromethane <2ULA-523-45574-87-3 ug/L 1 2 10 03/25/14
Chloroethane <2ULA-523-45575-00-3 ug/L 1 2 10 03/25/14
Vinyl chloride <1ULA-523-45575-01-4 ug/L 1 1 5 03/25/14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Volatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < PQL (or EQL) >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - GC/MS or N - Non GC/MS - MS/MSD recovery outside control limits
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Methylene chloride <1ULA-523-45575-09-2 ug/L 1 1 5 03/25/14
Carbon disulfide <1ULA-523-45575-15-0 ug/L 1 1 5 03/25/14
Bromoform <1ULA-523-45575-25-2 ug/L 1 1 5 03/25/14
Bromodichloromethane <1ULA-523-45575-27-4 ug/L 1 1 5 03/25/14
1,2-Dichloropropane <1UoTLA-523-45578-87-5 ug/L 1 1 5 03/25/14
Methyl ethyl ketone <1ULA-523-45578-93-3 ug/L 1 1 5 03/25/14
1,1,2-Trichloroethane <1ULA-523-45579-00-5 ug/L 1 1 5 03/25/14
1,1,2,2-
Tetrachloroethane

<1ULA-523-45579-34-5 ug/L 1 1 5 03/25/14

1-Butanol <50ULA-523-45571-36-3 ug/L 1 50 100 03/25/14
Tetrahydrofuran <2ULA-523-455109-99-9 ug/L 1 2 10 03/25/14
Trichlorofluoromethane <1ULA-523-45575-69-4 ug/L 1 1 5 03/25/14
trans-1,2-
Dichloroethene

<1ULA-523-455156-60-5 ug/L 1 1 5 03/25/14

Acetonitrile <2ULA-523-45575-05-8 ug/L 1 2 10 03/25/14
cis-1,2-Dichloroethene <1ULA-523-455156-59-2 ug/L 1 1 5 03/25/14
Propionitrile <2ULA-523-455107-12-0 ug/L 1 2 10 03/25/14
1,4-Dichlorobenzene <1ULA-523-455106-46-7 ug/L 1 1 4 03/25/14
Isobutyl alcohol <5ULA-523-45578-83-1 ug/L 1 5 20 03/25/14
Iodomethane <1ULA-523-45574-88-4 ug/L 1 1 5 03/25/14
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Report ID: 140516
Group # WSCF140516
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REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Volatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < PQL (or EQL) >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - GC/MS or N - Non GC/MS - MS/MSD recovery outside control limits
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

1,1,1,2-
Tetrachloroethane

<0.5ULA-523-455630-20-6 ug/L 1 0.5 2 03/25/14

1,2,3-Trichloropropane <1ULA-523-45596-18-4 ug/L 1 1 5 03/25/14
1,2-Dibromo-3-
chloropropane

<1ULA-523-45596-12-8 ug/L 1 1 5 03/25/14

1,2-Dibromoethane <1ULA-523-455106-93-4 ug/L 1 1 5 03/25/14
Acrolein <5ULA-523-455107-02-8 ug/L 1 5 20 03/25/14
Acrylonitrile <5ULA-523-455107-13-1 ug/L 1 5 20 03/25/14
Allyl chloride <1ULA-523-455107-05-1 ug/L 1 1 5 03/25/14
Methylene bromide <1ULA-523-45574-95-3 ug/L 1 1 5 03/25/14
Dichlorodifluoromethan
e

<2ULA-523-45575-71-8 ug/L 1 2 10 03/25/14

Ethyl methacrylate <1ULA-523-45597-63-2 ug/L 1 1 5 03/25/14
Methacrylonitrile <2ULA-523-455126-98-7 ug/L 1 2 10 03/25/14
Methyl methacrylate <2ULA-523-45580-62-6 ug/L 1 2 10 03/25/14
Trans-1,4-dichloro-2-
butene

<2ULA-523-455110-57-6 ug/L 1 2 10 03/25/14

Vinyl acetate <2ULA-523-455108-05-4 ug/L 1 2 10 03/25/14
Chloroprene <1ULA-523-455126-99-8 ug/L 1 1 5 03/25/14
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Report ID: 140516
Group # WSCF140516
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REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Volatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < PQL (or EQL) >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - GC/MS or N - Non GC/MS - MS/MSD recovery outside control limits
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Gasoline Range Prep (W) 03/31/14
Gasoline Range (W)
Gasoline <50UNLA-523-443TPHGASOLIN ug/L 1 50 200 03/31/14
Preparation for 8015 (W) 04/01/14
SW-846 Method 8015 for GPP
Diethyl ether <100ULA-523-49460-29-7 ug/L 1 100 250 04/01/14
Ethyl acetate <100ULA-523-494141-78-6 ug/L 1 100 250 04/01/14
Methanol <100ULA-523-49467-56-1 ug/L 1 100 250 04/01/14
Ethanol <100UNLA-523-49464-17-5 ug/L 1 100 250 04/01/14
1-Propanol <100ULA-523-49471-23-8 ug/L 1 100 250 04/01/14
Preparation for 8260B (W) 03/25/14
SW-846 8260B Volatiles
1,1-Dichloroethene <1ULA-523-45575-35-4 ug/L 1 1 5 03/25/14
Trichloroethene <0.5ULA-523-45579-01-6 ug/L 1 0.5 1 03/25/14
Benzene <1ULA-523-45571-43-2 ug/L 1 1 5 03/25/14
Toluene <1ULA-523-455108-88-3 ug/L 1 1 5 03/25/14
Chlorobenzene <1ULA-523-455108-90-7 ug/L 1 1 5 03/25/14
1,1-Dichloroethane <1ULA-523-45575-34-3 ug/L 1 1 5 03/25/14
Ethylbenzene <1ULA-523-455100-41-4 ug/L 1 1 4 03/25/14
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Report ID: 140516
Group # WSCF140516
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REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Volatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < PQL (or EQL) >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - GC/MS or N - Non GC/MS - MS/MSD recovery outside control limits
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Styrene <1ULA-523-455100-42-5 ug/L 1 1 5 03/25/14
cis-1,3-
Dichloropropene

<1ULA-523-45510061-01-5 ug/L 1 1 5 03/25/14

trans-1,3-
Dichloropropene

<1ULA-523-45510061-02-6 ug/L 1 1 5 03/25/14

1,2-Dichloroethane <1ULA-523-455107-06-2 ug/L 1 1 5 03/25/14
Methyl isobutyl ketone <1ULA-523-455108-10-1 ug/L 1 1 5 03/25/14
Dibromochloromethane <1ULA-523-455124-48-1 ug/L 1 1 5 03/25/14
Tetrachloroethene <1ULA-523-455127-18-4 ug/L 1 1 5 03/25/14
Total Xylenes <1ULA-523-4551330-20-7 ug/L 1 1 5 03/25/14
Total 1,2-
Dichloroethene

<1ULA-523-455540-59-0 ug/L 1 1 5 03/25/14

Carbon tetrachloride <1ULA-523-45556-23-5 ug/L 1 1 3 03/25/14
2-Hexanone <5ULA-523-455591-78-6 ug/L 1 5 20 03/25/14
Acetone <5ULA-523-45567-64-1 ug/L 1 5 20 03/25/14
Chloroform 3.0JLA-523-45567-66-3 ug/L 1 1 5 03/25/14
1,1,1-Trichloroethane <1ULA-523-45571-55-6 ug/L 1 1 5 03/25/14
Bromomethane <1ULA-523-45574-83-9 ug/L 1 1 5 03/25/14
Chloromethane <2ULA-523-45574-87-3 ug/L 1 2 10 03/25/14
Chloroethane <2ULA-523-45575-00-3 ug/L 1 2 10 03/25/14
Vinyl chloride <1ULA-523-45575-01-4 ug/L 1 1 5 03/25/14
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Report ID: 140516
Group # WSCF140516
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Volatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < PQL (or EQL) >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - GC/MS or N - Non GC/MS - MS/MSD recovery outside control limits
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

Methylene chloride <1ULA-523-45575-09-2 ug/L 1 1 5 03/25/14
Carbon disulfide <1ULA-523-45575-15-0 ug/L 1 1 5 03/25/14
Bromoform <1ULA-523-45575-25-2 ug/L 1 1 5 03/25/14
Bromodichloromethane <1ULA-523-45575-27-4 ug/L 1 1 5 03/25/14
1,2-Dichloropropane <1UoTLA-523-45578-87-5 ug/L 1 1 5 03/25/14
Methyl ethyl ketone <1ULA-523-45578-93-3 ug/L 1 1 5 03/25/14
1,1,2-Trichloroethane <1ULA-523-45579-00-5 ug/L 1 1 5 03/25/14
1,1,2,2-
Tetrachloroethane

<1ULA-523-45579-34-5 ug/L 1 1 5 03/25/14

1-Butanol <50ULA-523-45571-36-3 ug/L 1 50 100 03/25/14
Tetrahydrofuran <2ULA-523-455109-99-9 ug/L 1 2 10 03/25/14
Trichlorofluoromethane <1ULA-523-45575-69-4 ug/L 1 1 5 03/25/14
trans-1,2-
Dichloroethene

<1ULA-523-455156-60-5 ug/L 1 1 5 03/25/14

Acetonitrile <2ULA-523-45575-05-8 ug/L 1 2 10 03/25/14
cis-1,2-Dichloroethene <1ULA-523-455156-59-2 ug/L 1 1 5 03/25/14
Propionitrile <2ULA-523-455107-12-0 ug/L 1 2 10 03/25/14
1,4-Dichlorobenzene <1ULA-523-455106-46-7 ug/L 1 1 4 03/25/14
Isobutyl alcohol <5ULA-523-45578-83-1 ug/L 1 5 20 03/25/14
Iodomethane <1ULA-523-45574-88-4 ug/L 1 1 5 03/25/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Organic, Volatiles

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

J - Analyte < PQL (or EQL) >= MDL.
N - Presumed evidence based on MS library search(GC/MS only)

T - GC/MS or N - Non GC/MS - MS/MSD recovery outside control limits
U - Analyzed for but not detected above limiting criteria.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.

B - Analyte was detected in both the BLANK and SAMPLE
D - Analyte was reported at a secondary dilution factor.
E - Exceeds the calibration range (GC/MS).

1,1,1,2-
Tetrachloroethane

<0.5ULA-523-455630-20-6 ug/L 1 0.5 2 03/25/14

1,2,3-Trichloropropane <1ULA-523-45596-18-4 ug/L 1 1 5 03/25/14
1,2-Dibromo-3-
chloropropane

<1ULA-523-45596-12-8 ug/L 1 1 5 03/25/14

1,2-Dibromoethane <1ULA-523-455106-93-4 ug/L 1 1 5 03/25/14
Acrolein <5ULA-523-455107-02-8 ug/L 1 5 20 03/25/14
Acrylonitrile <5ULA-523-455107-13-1 ug/L 1 5 20 03/25/14
Allyl chloride <1ULA-523-455107-05-1 ug/L 1 1 5 03/25/14
Methylene bromide <1ULA-523-45574-95-3 ug/L 1 1 5 03/25/14
Dichlorodifluoromethan
e

<2ULA-523-45575-71-8 ug/L 1 2 10 03/25/14

Ethyl methacrylate <1ULA-523-45597-63-2 ug/L 1 1 5 03/25/14
Methacrylonitrile <2ULA-523-455126-98-7 ug/L 1 2 10 03/25/14
Methyl methacrylate <2ULA-523-45580-62-6 ug/L 1 2 10 03/25/14
Trans-1,4-dichloro-2-
butene

<2ULA-523-455110-57-6 ug/L 1 2 10 03/25/14

Vinyl acetate <2ULA-523-455108-05-4 ug/L 1 2 10 03/25/14
Chloroprene <1ULA-523-455126-99-8 ug/L 1 1 5 03/25/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Radiochemistry

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)

o - LCS recovery outside established laboratory acceptance limits.B - The associated QC sample Blank has a result > or = the MDA
U - Analyzed for but not detected above limiting criteria.
N - Spike Recovery is Outside Control Limits.

Am/Cm/Pu/U/Np Prep (AEA) W 04/03/14
Plutonium (AEA)
Plutonium-238 .0390.032ULA-508-47113981-16-3 pCi/L 1 0.058 04/03/14
Plutonium-239_240 .0277.9E-3ULA-508-471PU-239/240 pCi/L 1 0.058 04/03/14
Uranium (AEA)
Uranium-234 .082-0.043ULA-508-471U-233/234 pCi/L 1 0.17 04/03/14
Uranium-235 .08-0.070ULA-508-47115117-96-1 pCi/L 1 0.18 04/03/14
Uranium-238 .038-8.3E-3ULA-508-471U-238 pCi/L 1 0.089 04/03/14
GAB Prep for Discrete Analysis (W) 03/24/14
GAB Discrete analysis Alpha only
Gross Alpha .0454.5E-3ULA-508-41512587-46-1 pCi/L 1 1.6 03/31/14
GAB Discrete analysis Beta only
Gross Beta 2.25.6LA-508-41512587-47-2 pCi/L 1 2.6 03/31/14
Preparation for GEA (W) 03/21/14
Gamma Energy Analysis-general
Cesium-137 8-9.9ULA-508-48110045-97-3 pCi/L 1 13 03/24/14
Cobalt-60 8.7-3.1ULA-508-48110198-40-0 pCi/L 1 15 03/24/14
Europium-152 24-1.8ULA-508-48114683-23-9 pCi/L 1 43 03/24/14
Europium-154 23-9.9ULA-508-48115585-10-1 pCi/L 1 38 03/24/14
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WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Radiochemistry

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)

o - LCS recovery outside established laboratory acceptance limits.B - The associated QC sample Blank has a result > or = the MDA
U - Analyzed for but not detected above limiting criteria.
N - Spike Recovery is Outside Control Limits.

Europium-155 267.1ULA-508-48114391-16-3 pCi/L 1 44 03/24/14
Strontium 89/90 WATER/LIQUID PREP 03/25/14
Strontium 89/90 (GPC/GEA)
Strontium-89_90 .560.14ULA-220-406SR-RAD pCi/L 1 0.96 03/28/14
TC99 by Liquid Scin. WATER/LIQUID PREP 03/25/14
TC99 by Liquid Scintillation
Technetium-99 30150LA-508-42114133-76-7 pCi/L 1 6.8 03/25/14
Tritium by LSC EICHROM WA/LIQ PREP 03/25/14
Tritium by LSC
Tritium 170210ULA-508-42110028-17-8 pCi/L 1 270 03/31/14
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WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Radiochemistry

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)

o - LCS recovery outside established laboratory acceptance limits.B - The associated QC sample Blank has a result > or = the MDA
U - Analyzed for but not detected above limiting criteria.
N - Spike Recovery is Outside Control Limits.

Am/Cm/Pu/U/Np Prep (AEA) W 04/03/14
Plutonium (AEA)
Plutonium-238 7.9E-3ULA-508-47113981-16-3 pCi/L 1 0.073 04/03/14
Plutonium-239_240 0.016ULA-508-471PU-239/240 pCi/L 1 0.058 04/03/14
Uranium (AEA)
Uranium-234 0.72BLA-508-471U-233/234 pCi/L 1 0.17 04/03/14
Uranium-235 0.023ULA-508-47115117-96-1 pCi/L 1 0.18 04/03/14
Uranium-238 0.67LA-508-471U-238 pCi/L 1 0.11 04/03/14
GAB Prep for Discrete Analysis (W) 03/24/14
GAB Discrete analysis Alpha only
Gross Alpha 1.30.35ULA-508-41512587-46-1 pCi/L 1 2.3 03/31/14
GAB Discrete analysis Beta only
Gross Beta 7003500LA-508-41512587-47-2 pCi/L 1 2.9 03/31/14
Preparation for GEA (W) 03/21/14
Gamma Energy Analysis-general
Cesium-137 7.52.0ULA-508-48110045-97-3 pCi/L 1 14 03/24/14
Cobalt-60 7.23.7ULA-508-48110198-40-0 pCi/L 1 14 03/24/14
Europium-152 189.7ULA-508-48114683-23-9 pCi/L 1 34 03/24/14
Europium-154 21-6.4ULA-508-48115585-10-1 pCi/L 1 37 03/24/14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Radiochemistry

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)

o - LCS recovery outside established laboratory acceptance limits.B - The associated QC sample Blank has a result > or = the MDA
U - Analyzed for but not detected above limiting criteria.
N - Spike Recovery is Outside Control Limits.

Europium-155 2213ULA-508-48114391-16-3 pCi/L 1 41 03/24/14
Strontium 89/90 WATER/LIQUID PREP 03/25/14
Strontium 89/90 (GPC/GEA)
Strontium-89_90 3401700LA-220-406SR-RAD pCi/L 1 0.96 03/28/14
TC99 by Liquid Scin. WATER/LIQUID PREP 03/25/14
TC99 by Liquid Scintillation
Technetium-99 4.24.2ULA-508-42114133-76-7 pCi/L 1 6.8 03/25/14
Tritium by LSC EICHROM WA/LIQ PREP 03/25/14
Tritium by LSC
Tritium 15007400LA-508-42110028-17-8 pCi/L 1 270 03/31/14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516001

Sample ID B2VXT6
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Wet Chemistry

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

N - MS and/or MSD sample recovery outside control limits.
U - Analyzed for but not detected above limiting criteria.

N - Spike Recovery is Outside Control Limits.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.
Ignitability: <20C listed in the result field indicates sample ignited at room
temperature. Maximum temperature tested for ignitability is at 100C

B - Analyte < the RDL but >= the IDL/MDL.
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

Preparation for Cyanide (W) 03/31/14
Cyanide (W) by Midi/Spectrophotometer
Cyanide <4.0ULA-695-40257-12-5 ug/L 1 4.0 20 04/01/14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

WSCF Analytical Results Report

WSCF140516Group #

Department

Test Performed TP Err UnitsRQMethodCAS #

Attention Scot Fitzgerald

I14-021SAF#
Sample # 140516002

Sample ID B2VXT7
03/20/14Sampled

Matrix WATER

Received 03/20/14

AnalyzedMDLDFResult PQL

Wet Chemistry

MDL = Minimum Detection Limit
RQ = Result Qualifier
TP Err = Total Propagated Error
DF = Dilution Factor
+ - Indicates more than nine qualifier

N - MS and/or MSD sample recovery outside control limits.
U - Analyzed for but not detected above limiting criteria.

N - Spike Recovery is Outside Control Limits.
X,Y or Z - See comment detail and/or narrative.
PQL is equivalent to Estimated Quantitation Limit (EQL)
o - LCS recovery outside established laboratory acceptance limits.
Ignitability: <20C listed in the result field indicates sample ignited at room
temperature. Maximum temperature tested for ignitability is at 100C

B - Analyte < the RDL but >= the IDL/MDL.
C - Analyte was found in the Associated Blank. (Inorganic)
D - Analyte was reported at a secondary dilution factor.

Preparation for Cyanide (W) 03/31/14
Cyanide (W) by Midi/Spectrophotometer
Cyanide <4.0ULA-695-40257-12-5 ug/L 1 4.0 20 04/01/14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230181  (QC Batch:   230091) Test Gamma Energy Analysis-general

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

IBLANK QC Sample #107605

pCi/L1.510045-97-3 03/25/14UCesium-137

pCi/L1.910198-40-0 03/25/14UCobalt-60

pCi/L9.914683-23-9 03/25/14UEuropium-152

pCi/L1415585-10-1 03/25/14UEuropium-154

pCi/L1814391-16-3 03/25/14UEuropium-155
LCS QC Sample #107606

105.9pCi/sample640010045-97-3 80 - 120 03/25/14Cesium-137

100pCi/sample990010198-40-0 80 - 120 03/25/14Cobalt-60
DUP QC Sample #107607

Original    140509004
pCi/L-3.710045-97-3 -2.80 20 03/24/14UCesium-137

pCi/L2.810198-40-0 467.90 20 03/24/14U*Cobalt-60

pCi/L1.314683-23-9 160.00 20 03/24/14U*Europium-152

pCi/L1615585-10-1 1987.40 20 03/24/14U*Europium-154

pCi/L3.614391-16-3 53.90 20 03/24/14U*Europium-155
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230403  (QC Batch:   230402) Test SW-846 8260B Volatiles

Organic, Volatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107832

ug/L<175-35-4 03/25/14U1,1-Dichloroethene

ug/L<0.579-01-6 03/25/14UTrichloroethene

ug/L<171-43-2 03/25/14UBenzene

ug/L<1108-88-3 03/25/14UToluene

ug/L<1108-90-7 03/25/14UChlorobenzene

ug/L<175-34-3 03/25/14U1,1-Dichloroethane

ug/L<1100-41-4 03/25/14UEthylbenzene

ug/L<1100-42-5 03/25/14UStyrene

ug/L<110061-01-5 03/25/14Ucis-1,3-
Dichloropropene

ug/L<110061-02-6 03/25/14Utrans-1,3-
Dichloropropene

ug/L<1107-06-2 03/25/14U1,2-Dichloroethane

ug/L<1108-10-1 03/25/14UMethyl isobutyl ketone

ug/L<1124-48-1 03/25/14UDibromochloromethan
e

ug/L<1127-18-4 03/25/14UTetrachloroethene

ug/L<11330-20-7 03/25/14UTotal Xylenes
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<1540-59-0 03/25/14UTotal 1,2-
Dichloroethene

ug/L<156-23-5 03/25/14UCarbon tetrachloride

ug/L<5591-78-6 03/25/14U2-Hexanone

ug/L<567-64-1 03/25/14UAcetone

ug/L<167-66-3 03/25/14UChloroform

ug/L<171-55-6 03/25/14U1,1,1-Trichloroethane

ug/L<174-83-9 03/25/14UBromomethane

ug/L<274-87-3 03/25/14UChloromethane

ug/L<275-00-3 03/25/14UChloroethane

ug/L<175-01-4 03/25/14UVinyl chloride

ug/L<175-09-2 03/25/14UMethylene chloride

ug/L<175-15-0 03/25/14UCarbon disulfide

ug/L<175-25-2 03/25/14UBromoform

ug/L<175-27-4 03/25/14UBromodichloromethan
e

ug/L<178-87-5 03/25/14Uo1,2-Dichloropropane

ug/L<178-93-3 03/25/14UMethyl ethyl ketone

ug/L<179-00-5 03/25/14U1,1,2-Trichloroethane

ug/L<179-34-5 03/25/14U1,1,2,2-
Tetrachloroethane

ug/L<5071-36-3 03/25/14U1-Butanol

ug/L<2109-99-9 03/25/14UTetrahydrofuran

ug/L<175-69-4 03/25/14UTrichlorofluoromethan
e
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<1156-60-5 03/25/14Utrans-1,2-
Dichloroethene

ug/L<275-05-8 03/25/14UAcetonitrile

ug/L<1156-59-2 03/25/14Ucis-1,2-Dichloroethene

ug/L<2107-12-0 03/25/14UPropionitrile

ug/L<1106-46-7 03/25/14U1,4-Dichlorobenzene

ug/L<578-83-1 03/25/14UIsobutyl alcohol

ug/L<174-88-4 03/25/14UIodomethane

ug/L<0.5630-20-6 03/25/14U1,1,1,2-
Tetrachloroethane

ug/L<196-18-4 03/25/14U1,2,3-
Trichloropropane

ug/L<196-12-8 03/25/14U1,2-Dibromo-3-
chloropropane

ug/L<1106-93-4 03/25/14U1,2-Dibromoethane

ug/L<5107-02-8 03/25/14UAcrolein

ug/L<5107-13-1 03/25/14UAcrylonitrile

ug/L<1107-05-1 03/25/14UAllyl chloride

ug/L<174-95-3 03/25/14UMethylene bromide

ug/L<275-71-8 03/25/14UDichlorodifluorometha
ne

ug/L<197-63-2 03/25/14UEthyl methacrylate

ug/L<2126-98-7 03/25/14UMethacrylonitrile

ug/L<280-62-6 03/25/14UMethyl methacrylate

ug/L<2110-57-6 03/25/14UTrans-1,4-dichloro-2-
butene
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<2108-05-4 03/25/14UVinyl acetate

ug/L<1126-99-8 03/25/14UChloroprene
LCS QC Sample #107833

88.2ug/L2275-35-4 75 - 125 03/25/141,1-Dichloroethene

78.7ug/L2079-01-6 75 - 125 03/25/14Trichloroethene

84.7ug/L2171-43-2 75 - 125 03/25/14Benzene

87.8ug/L22108-88-3 75 - 125 03/25/14Toluene

91.5ug/L23108-90-7 75 - 125 03/25/14Chlorobenzene

83.8ug/L2175-34-3 75 - 125 03/25/141,1-Dichloroethane

88.7ug/L22100-41-4 75 - 125 03/25/14Ethylbenzene

85.4ug/L21100-42-5 75 - 125 03/25/14Styrene

89.7ug/L2210061-02-6 75 - 125 03/25/14trans-1,3-
Dichloropropene

90.4ug/L23107-06-2 75 - 125 03/25/141,2-Dichloroethane

89.6ug/L2271-55-6 75 - 125 03/25/141,1,1-Trichloroethane

109.7ug/L27124-48-1 75 - 125 03/25/14Dibromochloromethan
e

90.9ug/L2375-15-0 75 - 125 03/25/14Carbon disulfide

102.5ug/L2675-25-2 75 - 125 03/25/14Bromoform

86.1ug/L2275-27-4 75 - 125 03/25/14Bromodichloromethan
e

70.9ug/L1878-87-5 75 - 125 03/25/14o1,2-Dichloropropane

84.5ug/L2179-00-5 75 - 125 03/25/141,1,2-Trichloroethane
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

79.7ug/L2079-34-5 75 - 125 03/25/141,1,2,2-
Tetrachloroethane

89.8ug/L22156-60-5 75 - 125 03/25/14trans-1,2-
Dichloroethene

85.3ug/L21156-59-2 75 - 125 03/25/14cis-1,2-Dichloroethene
MS QC Sample #107834

Original    140483005
88.5ug/L2275-35-4 75 - 125 03/25/141,1-Dichloroethene

85.3ug/L2179-01-6 75 - 125 03/25/14Trichloroethene

85.8ug/L2171-43-2 75 - 125 03/25/14Benzene

90ug/L22108-88-3 75 - 125 03/25/14Toluene

91.8ug/L23108-90-7 75 - 125 03/25/14Chlorobenzene

89ug/L2275-34-3 75 - 125 03/25/141,1-Dichloroethane

89.2ug/L22100-41-4 75 - 125 03/25/14Ethylbenzene

86.3ug/L22100-42-5 75 - 125 03/25/14Styrene

91.4ug/L2310061-02-6 75 - 125 03/25/14trans-1,3-
Dichloropropene

94.1ug/L24107-06-2 75 - 125 03/25/141,2-Dichloroethane

89.7ug/L2271-55-6 75 - 125 03/25/141,1,1-Trichloroethane

114.2ug/L29124-48-1 75 - 125 03/25/14Dibromochloromethan
e

91.7ug/L2375-15-0 75 - 125 03/25/14Carbon disulfide

106.2ug/L2775-25-2 75 - 125 03/25/14Bromoform

88.6ug/L2275-27-4 75 - 125 03/25/14Bromodichloromethan
e

72.5ug/L1878-87-5 75 - 125 03/25/14oT1,2-Dichloropropane
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

86.6ug/L2279-00-5 75 - 125 03/25/141,1,2-Trichloroethane

80.9ug/L2079-34-5 75 - 125 03/25/141,1,2,2-
Tetrachloroethane

89.9ug/L22156-60-5 75 - 125 03/25/14trans-1,2-
Dichloroethene

86.5ug/L22156-59-2 75 - 125 03/25/14cis-1,2-Dichloroethene
MSD QC Sample #107835

Original    140483005 Paired   107834
84ug/L2175-35-4 75 - 125 5.20 20 03/25/141,1-Dichloroethene

113.8ug/L2879-01-6 75 - 125 7.90 20 03/25/14Trichloroethene

83.8ug/L2171-43-2 75 - 125 2.40 20 03/25/14Benzene

87.8ug/L22108-88-3 75 - 125 2.40 20 03/25/14Toluene

91ug/L23108-90-7 75 - 125 1.00 20 03/25/14Chlorobenzene

82.5ug/L2175-34-3 75 - 125 7.60 20 03/25/141,1-Dichloroethane

87.4ug/L22100-41-4 75 - 125 2.00 20 03/25/14Ethylbenzene

83.7ug/L21100-42-5 75 - 125 3.10 20 03/25/14Styrene

89.2ug/L2210061-02-6 75 - 125 2.50 20 03/25/14trans-1,3-
Dichloropropene

91ug/L23107-06-2 75 - 125 3.40 20 03/25/141,2-Dichloroethane

86.5ug/L2271-55-6 75 - 125 3.60 20 03/25/141,1,1-Trichloroethane

109.4ug/L27124-48-1 75 - 125 4.20 20 03/25/14Dibromochloromethan
e

88.2ug/L2275-15-0 75 - 125 3.80 20 03/25/14Carbon disulfide

101.2ug/L2575-25-2 75 - 125 4.80 20 03/25/14Bromoform

86.4ug/L2275-27-4 75 - 125 2.60 20 03/25/14Bromodichloromethan
e
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

82ug/L2078-87-5 75 - 125 12.30 20 03/25/14o1,2-Dichloropropane

84.2ug/L2179-00-5 75 - 125 2.80 20 03/25/141,1,2-Trichloroethane

83ug/L2179-34-5 75 - 125 2.60 20 03/25/141,1,2,2-
Tetrachloroethane

88.2ug/L22156-60-5 75 - 125 2.00 20 03/25/14trans-1,2-
Dichloroethene

84.5ug/L21156-59-2 75 - 125 2.30 20 03/25/14cis-1,2-Dichloroethene
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230404  (QC Batch:   230378) Test Tritium by LSC

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107737

pCi/L9910028-17-8 03/31/14UTritium
LCS QC Sample #107738

97.8pCi/L380010028-17-8 80 - 120 03/31/14Tritium
DUP QC Sample #107739

Original    140509004
pCi/L2.3E410028-17-8 0.70 20 03/31/14Tritium

MSPK QC Sample #107740

97.5pCi/L4300010028-17-8 75 - 125 03/31/14Tritium
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230407  (QC Batch:   230281) Test TC99 by Liquid Scintillation

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107728

pCi/L0.7614133-76-7 03/25/14UTechnetium-99
LCS QC Sample #107729

103pCi/L27014133-76-7 80 - 120 03/25/14Technetium-99
DUP QC Sample #107730

Original    140524001
pCi/L1.3E414133-76-7 5.00 20 03/25/14Technetium-99

MS QC Sample #107731
Original    140524001

101.7pCi/L110014133-76-7 75 - 125 03/25/14Technetium-99
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230413  (QC Batch:   230082) Test Strontium 89/90 (GPC/GEA)

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107568

pCi/L0.31SR-RAD 03/28/14UStrontium-89_90
LCS QC Sample #107569

91.7pCi/L34SR-RAD 80 - 120 03/28/14Strontium-89_90
DUP QC Sample #107570

Original    140503001
pCi/L320SR-RAD 0.60 20 03/28/14Strontium-89_90
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230414  (QC Batch:   230087) Test GAB Discrete analysis Alpha only

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107587

pCi/L4.5E-312587-46-1 03/31/14UGross Alpha
LCS QC Sample #107588

95.3pCi/L5712587-46-1 80 - 120 03/31/14Gross Alpha
DUP QC Sample #107589

Original    140509004
pCi/L1.412587-46-1 30.00 20 03/31/14U*Gross Alpha
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230415  (QC Batch:   230087) Test GAB Discrete analysis Beta only

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107587

pCi/L0.8212587-47-2 03/31/14UGross Beta
LCS QC Sample #107588

97.9pCi/L24012587-47-2 80 - 120 03/31/14Gross Beta
DUP QC Sample #107589

Original    140509004
pCi/L59012587-47-2 6.80 20 03/31/14Gross Beta

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230422  (QC Batch:   230177) Test ICP-6010 - All possible metals

Inorganic

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107681

ug/L<407439-89-6 03/27/14UIron

ug/L<607439-95-4 03/27/14UMagnesium

ug/L<2507440-09-7 03/27/14UPotassium

ug/L<1007440-23-5 03/27/14USodium

ug/L<507440-70-2 03/27/14UCalcium
LCS QC Sample #107683

101ug/L10107439-89-6 80 - 120 03/27/14Iron

99.1ug/L99107439-95-4 80 - 120 03/27/14Magnesium

109.2ug/L109007440-09-7 80 - 120 03/27/14Potassium

99ug/L99007440-23-5 80 - 120 03/27/14Sodium

100ug/L200007440-70-2 80 - 120 03/27/14Calcium
MS QC Sample #107684

Original    140501004
101.6ug/L10207439-89-6 75 - 125 03/27/14Iron

91.9ug/L91907439-95-4 75 - 125 03/27/14Magnesium

115.2ug/L115007440-09-7 75 - 125 03/27/14Potassium

91.3ug/L91307440-23-5 75 - 125 03/27/14Sodium

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Inorganic

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

87.7ug/L175007440-70-2 75 - 125 03/27/14Calcium
MSD QC Sample #107685

Original    140501004 Paired   107684
101.5ug/L10107439-89-6 75 - 125 0.10 20 03/27/14Iron

95.8ug/L95807439-95-4 75 - 125 1.60 20 03/27/14Magnesium

116.6ug/L117007440-09-7 75 - 125 0.80 20 03/27/14Potassium

94.9ug/L94907440-23-5 75 - 125 1.50 20 03/27/14Sodium

93.2ug/L186007440-70-2 75 - 125 1.60 20 03/27/14Calcium

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230674  (QC Batch:   230673) Test Gasoline Range (W)

Organic, Volatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #108049

ug/L<50TPHGASOLI 03/31/14UGasoline
LCS QC Sample #108050

93.4ug/L2300TPHGASOLI 80 - 120 03/31/14Gasoline
MS QC Sample #108051

Original    140495001
74.2ug/L1900TPHGASOLI 75 - 125 03/31/14NGasoline

MSD QC Sample #108052
Original    140495001 Paired   108051

84.9ug/L2100TPHGASOLI 75 - 125 13.50 20 03/31/14Gasoline
DUP QC Sample #108053

Original    140495001
ug/L<50TPHGASOLI 0.00 20 03/31/14UGasoline

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230774  (QC Batch:   230485) Test Extractable Diesel and Petroleum

Organic, Semivolatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107937

ug/L<80TPHDIESEL 03/31/14UDiesel
LCS QC Sample #107938

75.3ug/L940TPHDIESEL 65 - 128 03/31/14Diesel
MS QC Sample #107939

Original    140495001
88.9ug/L2100TPHDIESEL 73 - 123 03/31/14Diesel

MSD QC Sample #107940
Original    140495001 Paired   107939

98.9ug/L2400TPHDIESEL 73 - 123 10.70 20 03/31/14Diesel

May 21, 2014 REV. 1



Page 84 of 138May 21, 2014 13:05:19

Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230786  (QC Batch:   230401) Test ICP-6010 - All possible metals

Inorganic

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516003, 140516004

BLANK QC Sample #107826

ug/L<407439-89-6 04/01/14UIron

ug/L<607439-95-4 04/01/14UMagnesium

ug/L<2507440-09-7 04/01/14UPotassium

ug/L<1007440-23-5 04/01/14USodium

ug/L<507440-70-2 04/01/14UCalcium
LCS QC Sample #107828

103.7ug/L10407439-89-6 80 - 120 04/01/14Iron

102.1ug/L102007439-95-4 80 - 120 04/01/14Magnesium

106.8ug/L107007440-09-7 80 - 120 04/01/14Potassium

101.6ug/L102007440-23-5 80 - 120 04/01/14Sodium

102ug/L204007440-70-2 80 - 120 04/01/14Calcium
MS QC Sample #107829

Original    140516003
101.5ug/L1010<407439-89-6 75 - 125 04/01/14Iron

102.6ug/L10300<607439-95-4 75 - 125 04/01/14Magnesium

106ug/L10600<2507440-09-7 75 - 125 04/01/14Potassium

101.4ug/L10100<1007440-23-5 75 - 125 04/01/14Sodium

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Inorganic

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

102.3ug/L20500<507440-70-2 75 - 125 04/01/14Calcium
MSD QC Sample #107830

Original    140516003 Paired   107829
102.9ug/L1030<407439-89-6 75 - 125 1.40 20 04/01/14Iron

101.3ug/L10100<607439-95-4 75 - 125 1.30 20 04/01/14Magnesium

105.8ug/L10600<2507440-09-7 75 - 125 0.20 20 04/01/14Potassium

101.3ug/L10100<1007440-23-5 75 - 125 0.10 20 04/01/14Sodium

101.9ug/L20400<507440-70-2 75 - 125 0.40 20 04/01/14Calcium

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230793  (QC Batch:   230792) Test SW-846 Method 8015 for GPP

Organic, Volatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #108156

ug/L<10060-29-7 04/01/14UDiethyl ether

ug/L<100141-78-6 04/01/14UEthyl acetate

ug/L<10067-56-1 04/01/14UMethanol

ug/L<10064-17-5 04/01/14UEthanol

ug/L<10071-23-8 04/01/14U1-Propanol
LCS QC Sample #108157

108.2ug/L2700141-78-6 70 - 130 04/01/14Ethyl acetate

110.4ug/L276067-56-1 70 - 130 04/01/14Methanol

105.8ug/L264064-17-5 70 - 130 04/01/14Ethanol

100.6ug/L251071-23-8 70 - 130 04/01/141-Propanol
MS QC Sample #108158

Original    140495001
113.8ug/L2840141-78-6 70 - 130 04/01/14Ethyl acetate

119.8ug/L299067-56-1 70 - 130 04/01/14Methanol

130.1ug/L325064-17-5 70 - 130 04/01/14NEthanol

126ug/L315071-23-8 70 - 130 04/01/141-Propanol

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

MSD QC Sample #108159
Original    140495001 Paired   108158

111.9ug/L2800141-78-6 70 - 130 1.70 20 04/01/14Ethyl acetate

112.2ug/L280067-56-1 70 - 130 6.60 20 04/01/14Methanol

116ug/L290064-17-5 70 - 130 11.40 20 04/01/14Ethanol

115.5ug/L289071-23-8 70 - 130 8.70 20 04/01/141-Propanol

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230991  (QC Batch:   230801) Test Cyanide (W) by Midi/Spectrophotometer

Wet Chemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #108190

ug/L<4.057-12-5 04/01/14UCyanide
LCS QC Sample #108192

101.8ug/L50.957-12-5 85 - 115 04/01/14Cyanide
MS QC Sample #108193

Original    140501007
99.4ug/L39.757-12-5 75 - 125 04/01/14Cyanide

MSD QC Sample #108194
Original    140501007 Paired   108193

100.7ug/L40.357-12-5 75 - 125 1.30 20 04/01/14Cyanide

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230996  (QC Batch:   230280) Test Plutonium (AEA)

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107725

pCi/L7.1E-313981-16-3 04/03/14UPlutonium-238

pCi/L-7.1E-3PU-239/240 04/03/14UPlutonium-239_240
LCS QC Sample #107726

100.1pCi/sample5.7PU-239/240 80 - 120 04/03/14Plutonium-239_240
DUP QC Sample #107727

Original    140495001
pCi/L7.4E-313981-16-3 1.50 20 04/03/14UPlutonium-238

pCi/L0.022PU-239/240 98.90 20 04/03/14U*Plutonium-239_240

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230997  (QC Batch:   230280) Test Uranium (AEA)

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107725

pCi/L0.11U-233/234 04/03/14XUranium-234

pCi/L0.09915117-96-1 04/03/14XUranium-235

pCi/L0.016U-238 04/03/14UUranium-238
LCS QC Sample #107726

129.4pCi/sample11U-238 80 - 120 04/03/14XUranium-238
DUP QC Sample #107727

Original    140495001
pCi/L0.95U-233/234 11.40 20 04/03/14Uranium-234

pCi/L0.05715117-96-1 56.50 20 04/03/14U*Uranium-235

pCi/L0.72U-238 7.30 20 04/03/14Uranium-238

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  231257  (QC Batch:   230423) Test 8270 2nd run for Hexachlorophene

Organic, Semivolatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107889

ug/L<1100-02-7 04/09/14U4-Nitrophenol

ug/L<1106-46-7 04/09/14U1,4-Dichlorobenzene

ug/L<1121-14-2 04/09/14U2,4-Dinitrotoluene

ug/L<1120-82-1 04/09/14U1,2,4-
Trichlorobenzene

ug/L<1108-95-2 04/09/14UPhenol

ug/L<1129-00-0 04/09/14UPyrene

ug/L<159-50-7 04/09/14U4-Chloro-3-
methylphenol

ug/L<1621-64-7 04/09/14Un-Nitroso-di-n-
propylamine

ug/L<183-32-9 04/09/14UAcenaphthene

ug/L<187-86-5 04/09/14UPentachlorophenol

ug/L<195-57-8 04/09/14U2-Chlorophenol

ug/L<1100-01-6 04/09/14U4-Nitroaniline

ug/L<1101-55-3 04/09/14U4-Bromophenyl-
phenylether

ug/L<2105-67-9 04/09/14U2,4-Dimethylphenol

ug/L<1106-47-8 04/09/14U4-Chloroaniline

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<1108-60-1 04/09/14UBis(1-Chloro-2-
propyl)ether

ug/L<1111-44-4 04/09/14UBis-(2-Chloroethyl)
ether

ug/L<1111-91-1 04/09/14UBis-(2-
Chloroethoxy)methan
e

ug/L<1117-81-7 04/09/14UoBis-(2-
Ethylhexyl)phthalate

ug/L<1117-84-0 04/09/14UoDi-n-octylphthalate

ug/L<1118-74-1 04/09/14UHexachlorobenzene

ug/L<1120-12-7 04/09/14UAnthracene

ug/L<1120-83-2 04/09/14U2,4-Dichlorophenol

ug/L<1131-11-3 04/09/14UDimethylphthalate

ug/L<1132-64-9 04/09/14UDibenzofuran

ug/L<1191-24-2 04/09/14UBenzo(g,h,i)perylene

ug/L<1193-39-5 04/09/14UIndeno(1,2,3-
cd)pyrene

ug/L<1205-99-2 04/09/14UBenzo(b)fluoranthene

ug/L<1206-44-0 04/09/14UFluoranthene

ug/L<1207-08-9 04/09/14UBenzo(k)fluoranthene

ug/L<1208-96-8 04/09/14UAcenaphthylene

ug/L<1218-01-9 04/09/14UChrysene

ug/L<150-32-8 04/09/14UBenzo(a)pyrene

ug/L<151-28-5 04/09/14U2,4-Dinitrophenol

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<153-70-3 04/09/14UDibenzo(a,h)anthrace
ne

ug/L<1534-52-1 04/09/14U4,6-Dinitro-2-
methylphenol

ug/L<1541-73-1 04/09/14U1,3-Dichlorobenzene

ug/L<156-55-3 04/09/14UBenzo(a)anthracene

ug/L<1606-20-2 04/09/14U2,6-Dinitrotoluene

ug/L<17005-72-3 04/09/14U4-Chlorophenyl-
phenylether

ug/L<177-47-4 04/09/14UHexachlorocyclopenta
diene

ug/L<178-59-1 04/09/14UIsophorone

ug/L<184-66-2 04/09/14UDiethyl phthalate

ug/L<184-74-2 04/09/14UoDi-n-butylphthalate

ug/L<185-01-8 04/09/14UPhenanthrene

ug/L<185-68-7 04/09/14UButylbenzylphthalate

ug/L<186-73-7 04/09/14UFluorene

ug/L<186-74-8 04/09/14UCarbazole

ug/L<187-68-3 04/09/14UHexachlorobutadiene

ug/L<188-74-4 04/09/14U2-Nitroaniline

ug/L<188-75-5 04/09/14U2-Nitrophenol

ug/L<191-20-3 04/09/14UNaphthalene

ug/L<191-57-6 04/09/14U2-Methylnaphthalene

ug/L<191-58-7 04/09/14U2-Chloronaphthalene

ug/L<191-94-1 04/09/14U3,3-Dichlorobenzidine

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<195-48-7 04/09/14U2-Methylphenol

ug/L<195-50-1 04/09/14U1,2-Dichlorobenzene

ug/L<195-95-4 04/09/14U2,4,5-Trichlorophenol

ug/L<198-95-3 04/09/14UNitrobenzene

ug/L<199-09-2 04/09/14U3-Nitroaniline

ug/L<165794-96-9 04/09/14U3 & 4 Methylphenol,
Total

ug/L<167-72-1 04/09/14UHexachloroethane

ug/L<188-06-2 04/09/14U2,4,6-Trichlorophenol

ug/L<1100-51-6 04/09/14UBenzyl alcohol

ug/L<1126-73-8 04/09/14UTributyl phosphate

ug/L<291-59-8 04/09/14U2-Naphthylamine

ug/L<1110-86-1 04/09/14UPyridine

ug/L<1100-75-4 04/09/14Un-Nitrosopiperidine

ug/L<110595-95-6 04/09/14Un-
Nitrosomethylethylami
ne

ug/L<1106-50-3 04/09/14Up-Phenylenediamine

ug/L<1109-06-8 04/09/14U2-Picoline

ug/L<4119-93-7 04/09/14U3,3-Dimethylbenzidine

ug/L<1120-58-1 04/09/14UIsosafrole

ug/L<5122-09-8 04/09/14UPhentermine

ug/L<1123-91-1 04/09/14U1,4-Dioxane

ug/L<1130-15-4 04/09/14U1,4-Naphthoquinone

May 21, 2014 REV. 1
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<2134-32-7 04/09/14U1-Naphthylamine

ug/L<1140-57-8 04/09/14UAramite

ug/L<1143-50-0 04/09/14UKepone

ug/L<11888-71-7 04/09/14UHexachloropropene

ug/L<12303-16-4 04/09/14UDiallate

ug/L<123950-58-5 04/09/14UPronamide

ug/L<1465-73-6 04/09/14UIsodrin

ug/L<1510-15-6 04/09/14UChlorobenzilate

ug/L<153-96-3 04/09/14U2-Acetylaminofluorene

ug/L<155-18-5 04/09/14Un-Nitrosodiethylamine

ug/L<156-49-5 04/09/14U3-Methylcholanthrene

ug/L<156-57-5 04/09/14U4-Nitroquinoline-1-
oxide

ug/L<157-97-6 04/09/14U7,12-
Dimethylbenz(a)anthr
acene

ug/L<158-90-2 04/09/14U2,3,4,6-
Tetrachlorophenol

ug/L<159-89-2 04/09/14Un-Nitrosomorpholine

ug/L<1608-93-5 04/09/14UPentachlorobenzene

ug/L<162-44-2 04/09/14UPhenacetin

ug/L<162-50-0 04/09/14UEthyl
methanesulfonate

ug/L<162-53-3 04/09/14UAniline

ug/L<162-75-9 04/09/14Un-
Nitrosodimethylamine
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<166-27-3 04/09/14UMethyl
methanesulfonate

ug/L<176-01-7 04/09/14UPentachloroethane

ug/L<282-68-8 04/09/14UPentachloronitrobenze
ne

ug/L<187-65-0 04/09/14U2,6-Dichlorophenol

ug/L<188-85-7 04/09/14UDinoseb(..dinitromethy
lphenol)

ug/L<292-67-1 04/09/14U4-Aminobiphenyl

ug/L<1924-16-3 04/09/14Un-Nitrosodibutylamine

ug/L<1930-55-2 04/09/14Un-Nitrosopyrolidine

ug/L<194-59-7 04/09/14USafrole

ug/L<195-53-4 04/09/14Uo-Toluidine

ug/L<195-94-3 04/09/14U1,2,4,5-
Tetrachlorobenzene

ug/L<198-86-2 04/09/14UAcetophenone

ug/L<199-35-4 04/09/14U1,3,5-Trinitrobenzene

ug/L<199-55-8 04/09/14U2-Methyl-5-nitroaniline

ug/L<199-65-0 04/09/14U1,3-Dinitrobenzene

ug/L<1126-68-1 04/09/14UO,O,O-
Triethylthiophosphate

ug/L<156-38-2 04/09/14UParathion

ug/L<160-11-7 04/09/14UDimethylaminoazoben
zene

ug/L<160-51-5 04/09/14UDimethoate

ug/L<1297-97-2 04/09/14UThionazin
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<1298-00-0 04/09/14UMethyl parathion

ug/L<1298-02-2 04/09/14UPhorate

ug/L<1298-04-4 04/09/14UDisulfoton

ug/L<13689-24-5 04/09/14USulfotep

ug/L<552-85-7 04/09/14UFamfur

ug/L<1DPA+NNDPA 04/09/14UN-
Nitrosodiphenylamin/
Diphenyl

ug/L<191-80-5 04/09/14UMethapyrilene
LCS QC Sample #107890

40.5ug/L12100-02-7 5 - 88 04/09/144-Nitrophenol

93.9ug/L28120-82-1 50 - 105 04/09/141,2,4-
Trichlorobenzene

55.1ug/L17108-95-2 18 - 89 04/09/14Phenol

86.6ug/L17106-46-7 47 - 115 04/09/141,4-Dichlorobenzene

97.1ug/L29121-14-2 59 - 110 04/09/142,4-Dinitrotoluene

92.7ug/L28129-00-0 64 - 116 04/09/14Pyrene

99.2ug/L3059-50-7 62 - 109 04/09/144-Chloro-3-
methylphenol

100.4ug/L30621-64-7 61 - 110 04/09/14n-Nitroso-di-n-
propylamine

91.1ug/L2783-32-9 59 - 113 04/09/14Acenaphthene

84.3ug/L2587-86-5 17 - 125 04/09/14Pentachlorophenol

91.6ug/L2795-57-8 55 - 109 04/09/142-Chlorophenol

81.8ug/L25123-91-1 42 - 99 04/09/141,4-Dioxane
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

69.6ug/L2162-75-9 40 - 103 04/09/14n-
Nitrosodimethylamine

101.5ug/L30100-51-6 58 - 108 04/09/14Benzyl alcohol

91.9ug/L2895-48-7 59 - 107 04/09/142-Methylphenol

83.6ug/L2567-72-1 43 - 105 04/09/14Hexachloroethane

99.8ug/L3088-75-5 48 - 113 04/09/142-Nitrophenol

94.3ug/L28105-67-9 58 - 113 04/09/142,4-Dimethylphenol

91.5ug/L27120-83-2 52 - 110 04/09/142,4-Dichlorophenol

93.6ug/L28120-12-7 67 - 113 04/09/14Anthracene

90.4ug/L2791-20-3 55 - 110 04/09/14Naphthalene

96ug/L2988-74-4 57 - 114 04/09/142-Nitroaniline

93ug/L28132-64-9 61 - 113 04/09/14Dibenzofuran

99.1ug/L3086-73-7 64 - 115 04/09/14Fluorene

104.8ug/L31126-73-8 65 - 108 04/09/14Tributyl phosphate

96.7ug/L29118-74-1 60 - 117 04/09/14Hexachlorobenzene

93.7ug/L2860-51-5 64 - 108 04/09/14Dimethoate

77.3ug/L2986-74-8 35 - 129 04/09/14Carbazole

121.3ug/L3684-74-2 70 - 116 04/09/14oDi-n-butylphthalate

74.2ug/L2291-94-1 16 - 117 04/09/143,3-Dichlorobenzidine

164.6ug/L49117-81-7 64 - 133 04/09/14oBis-(2-
Ethylhexyl)phthalate

152.5ug/L46117-84-0 57 - 134 04/09/14oDi-n-octylphthalate

94.4ug/L2850-32-8 63 - 115 04/09/14Benzo(a)pyrene

92.1ug/L28109-06-8 59 - 102 04/09/142-Picoline
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

95ug/L29108-60-1 58 - 111 04/09/14Bis(1-Chloro-2-
propyl)ether

73.6ug/L28106-47-8 43 - 125 04/09/144-Chloroaniline
MS QC Sample #107891

Original    140509004
37.4ug/L21100-02-7 15 - 57 04/09/144-Nitrophenol

93.3ug/L53120-82-1 51 - 104 04/09/141,2,4-
Trichlorobenzene

47.8ug/L27108-95-2 24 - 65 04/09/14Phenol

83.5ug/L32106-46-7 52 - 114 04/09/141,4-Dichlorobenzene

97.1ug/L55121-14-2 57 - 112 04/09/142,4-Dinitrotoluene

84.4ug/L48129-00-0 58 - 119 04/09/14Pyrene

99.9ug/L5759-50-7 56 - 115 04/09/144-Chloro-3-
methylphenol

95.5ug/L54621-64-7 60 - 112 04/09/14n-Nitroso-di-n-
propylamine

86.4ug/L4983-32-9 60 - 113 04/09/14Acenaphthene

98.6ug/L5687-86-5 32 - 127 04/09/14Pentachlorophenol

86.3ug/L4995-57-8 52 - 113 04/09/142-Chlorophenol

74.7ug/L42123-91-1 39 - 93 04/09/141,4-Dioxane

75.8ug/L4362-75-9 41 - 92 04/09/14n-
Nitrosodimethylamine

95.1ug/L54100-51-6 56 - 107 04/09/14Benzyl alcohol

87ug/L4995-48-7 46 - 114 04/09/142-Methylphenol

79.5ug/L4567-72-1 48 - 102 04/09/14Hexachloroethane

98.9ug/L5688-75-5 51 - 114 04/09/142-Nitrophenol
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

97.6ug/L55105-67-9 46 - 124 04/09/142,4-Dimethylphenol

90.8ug/L51120-83-2 50 - 114 04/09/142,4-Dichlorophenol

89.3ug/L51120-12-7 64 - 116 04/09/14Anthracene

88.9ug/L5091-20-3 57 - 110 04/09/14Naphthalene

94.9ug/L5488-74-4 60 - 114 04/09/142-Nitroaniline

90.4ug/L51132-64-9 61 - 114 04/09/14Dibenzofuran

96ug/L5486-73-7 63 - 116 04/09/14Fluorene

106.6ug/L60126-73-8 59 - 113 04/09/14Tributyl phosphate

96.6ug/L55118-74-1 58 - 119 04/09/14Hexachlorobenzene

100.4ug/L5760-51-5 53 - 119 04/09/14Dimethoate

75.1ug/L5486-74-8 41 - 122 04/09/14Carbazole

114.6ug/L6584-74-2 67 - 118 04/09/14oDi-n-butylphthalate

90.2ug/L5191-94-1 16 - 121 04/09/143,3-Dichlorobenzidine

155.7ug/L88117-81-7 64 - 134 04/09/14oTBis-(2-
Ethylhexyl)phthalate

135.9ug/L77117-84-0 40 - 143 04/09/14oDi-n-octylphthalate

91.7ug/L5250-32-8 61 - 117 04/09/14Benzo(a)pyrene

88.5ug/L50109-06-8 50 - 104 04/09/142-Picoline

91.2ug/L52108-60-1 58 - 112 04/09/14Bis(1-Chloro-2-
propyl)ether

77.2ug/L55106-47-8 43 - 118 04/09/144-Chloroaniline
MSD QC Sample #107892

Original    140509004 Paired   107891
38.1ug/L11100-02-7 15 - 57 65.00 20 04/09/14X*4-Nitrophenol
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

92.4ug/L26120-82-1 51 - 104 67.40 20 04/09/14X*1,2,4-
Trichlorobenzene

47.4ug/L13108-95-2 24 - 65 67.30 20 04/09/14X*Phenol

84.2ug/L16106-46-7 52 - 114 65.90 20 04/09/14X*1,4-Dichlorobenzene

97.3ug/L28121-14-2 57 - 112 66.50 20 04/09/14X*2,4-Dinitrotoluene

89.1ug/L25129-00-0 58 - 119 61.70 20 04/09/14X*Pyrene

100.3ug/L2859-50-7 56 - 115 66.30 20 04/09/14X*4-Chloro-3-
methylphenol

99.2ug/L28621-64-7 60 - 112 63.30 20 04/09/14X*n-Nitroso-di-n-
propylamine

90.1ug/L2683-32-9 60 - 113 62.80 20 04/09/14X*Acenaphthene

94.7ug/L2787-86-5 32 - 127 70.20 20 04/09/14X*Pentachlorophenol

88.7ug/L2595-57-8 52 - 113 64.20 20 04/09/14X*2-Chlorophenol

76.7ug/L22123-91-1 39 - 93 64.30 20 04/09/14X*1,4-Dioxane

62.6ug/L1862-75-9 41 - 92 83.10 20 04/09/14X*n-
Nitrosodimethylamine

97.6ug/L28100-51-6 56 - 107 64.30 20 04/09/14X*Benzyl alcohol

89.7ug/L2595-48-7 46 - 114 63.90 20 04/09/14X*2-Methylphenol

80.9ug/L2367-72-1 48 - 102 65.00 20 04/09/14X*Hexachloroethane

97.1ug/L2788-75-5 51 - 114 68.40 20 04/09/14X*2-Nitrophenol

98.2ug/L28105-67-9 46 - 124 66.10 20 04/09/14X*2,4-Dimethylphenol

90.2ug/L26120-83-2 50 - 114 67.30 20 04/09/14X*2,4-Dichlorophenol

93.1ug/L26120-12-7 64 - 116 62.90 20 04/09/14X*Anthracene

88.7ug/L2591-20-3 57 - 110 66.80 20 04/09/14X*Naphthalene

94.2ug/L2788-74-4 60 - 114 67.30 20 04/09/14X*2-Nitroaniline
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

92.8ug/L26132-64-9 61 - 114 64.30 20 04/09/14X*Dibenzofuran

99.4ug/L2886-73-7 63 - 116 63.50 20 04/09/14X*Fluorene

107.6ug/L30126-73-8 59 - 113 65.80 20 04/09/14X*Tributyl phosphate

95.7ug/L27118-74-1 58 - 119 67.60 20 04/09/14X*Hexachlorobenzene

96.9ug/L2760-51-5 53 - 119 69.80 20 04/09/14X*Dimethoate

75.7ug/L2786-74-8 41 - 122 66.00 20 04/09/14X*Carbazole

122.1ug/L3584-74-2 67 - 118 61.00 20 04/09/14oXT*Di-n-butylphthalate

84.3ug/L2491-94-1 16 - 121 72.70 20 04/09/14X*3,3-Dichlorobenzidine

164.9ug/L47117-81-7 64 - 134 61.50 20 04/09/14oXT*Bis-(2-
Ethylhexyl)phthalate

149.8ug/L42117-84-0 40 - 143 57.90 20 04/09/14oXT*Di-n-octylphthalate

90.3ug/L2650-32-8 61 - 117 68.00 20 04/09/14X*Benzo(a)pyrene

91.1ug/L26109-06-8 50 - 104 64.10 20 04/09/14X*2-Picoline

93.6ug/L26108-60-1 58 - 112 64.30 20 04/09/14X*Bis(1-Chloro-2-
propyl)ether

74.3ug/L27106-47-8 43 - 118 70.00 20 04/09/14X*4-Chloroaniline
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  231548  (QC Batch:   230881) Test PCBs by EPA SW-846 Method 8082

Organic, Semivolatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #108261

ug/L<0.112674-11-2 04/08/14UAroclor-1016

ug/L<0.211104-28-2 04/08/14UAroclor-1221

ug/L<0.111141-16-5 04/08/14UAroclor-1232

ug/L<0.153469-21-9 04/08/14UAroclor-1242

ug/L<0.112672-29-6 04/08/14UAroclor-1248

ug/L<0.111097-69-1 04/08/14UAroclor-1254

ug/L<0.111096-82-5 04/08/14UAroclor-1260
LCS QC Sample #108262

118.7ug/L2.411097-69-1 70 - 130 04/08/14Aroclor-1254
DUP QC Sample #108263

Original    140490002
ug/L<0.112674-11-2 0.00 20 04/08/14UAroclor-1016

ug/L<0.211104-28-2 0.00 20 04/08/14UAroclor-1221

ug/L3.011141-16-5 2.90 20 04/08/14Aroclor-1232

ug/L<0.153469-21-9 0.00 20 04/08/14UAroclor-1242

ug/L<0.112672-29-6 0.00 20 04/08/14UAroclor-1248

ug/L<0.111097-69-1 0.00 20 04/08/14UAroclor-1254
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<0.111096-82-5 0.00 20 04/08/14UAroclor-1260
DUP QC Sample #108264

Original    140490003
ug/L<0.512674-11-2 0.00 20 04/10/14UDAroclor-1016

ug/L<111104-28-2 0.00 20 04/10/14UDAroclor-1221

ug/L<0.511141-16-5 0.00 20 04/10/14UDAroclor-1232

ug/L8.253469-21-9 8.70 20 04/10/14DAroclor-1242

ug/L<0.512672-29-6 0.00 20 04/10/14UDAroclor-1248

ug/L<0.511097-69-1 0.00 20 04/10/14UDAroclor-1254

ug/L<0.511096-82-5 0.00 20 04/10/14UDAroclor-1260
MS QC Sample #108265

Original    140495001
126.6ug/L2.411097-69-1 60 - 130 04/09/14Aroclor-1254

MSD QC Sample #108266
Original    140495001 Paired   108265

124.2ug/L2.311097-69-1 60 - 130 1.90 20 04/09/14Aroclor-1254
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  231751  (QC Batch:   230423) Test 8270 2nd run for Hexachlorophene

Organic, Semivolatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107889

ug/L<170-30-4 04/14/14UHexachlorophene
LCS QC Sample #107890

67.8ug/L2070-30-4 40 - 140 04/14/14Hexachlorophene
MS QC Sample #107891

Original    140509004
90.8ug/L5170-30-4 40 - 140 04/14/14Hexachlorophene

MSD QC Sample #107892
Original    140509004 Paired   107891

81.8ug/L2370-30-4 40 - 140 75.80 20 04/14/14X*Hexachlorophene
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  231873  (QC Batch:   231854) Test ICP-2008 MS All possible metal

Inorganic

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002, 140516003, 140516004

BLANK QC Sample #108886

ug/L<107429-90-5 04/16/14UAluminum

ug/L<0.107439-96-5 04/16/14UManganese

ug/L<0.107440-02-0 04/16/14UNickel

ug/L<0.0507440-22-4 04/16/14USilver

ug/L<0.307440-36-0 04/16/14UAntimony

ug/L<0.207440-39-3 04/16/14UBarium

ug/L<0.107440-41-7 04/16/14UBeryllium

ug/L<0.0507440-43-9 04/16/14UCadmium

ug/L0.3717440-47-3 04/16/14BChromium

ug/L<0.0507440-48-4 04/16/14UCobalt

ug/L<0.107440-50-8 04/16/14UCopper

ug/L2.987440-66-6 04/16/14BZinc

ug/L<0.0507439-92-1 04/16/14ULead

ug/L<0.0507439-97-6 04/16/14UMercury

ug/L<0.0507439-98-7 04/16/14UMolybdenum

ug/L<0.207440-24-6 04/16/14UStrontium

ug/L<0.0507440-28-0 04/16/14UThallium
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Inorganic

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

ug/L<0.0507440-31-5 04/16/14UTin

ug/L<0.0507440-61-1 04/16/14UUranium

ug/L<0.207440-38-2 04/16/14UArsenic

ug/L<1.07782-49-2 04/16/14USelenium

ug/L<0.107440-29-1 04/16/14UThorium

ug/L<2.07440-42-8 04/16/14UBoron
LCS QC Sample #108887

90.2ug/L3617429-90-5 85 - 115 04/16/14Aluminum

93.4ug/L37.47439-96-5 85 - 115 04/16/14Manganese

91.8ug/L36.77440-02-0 85 - 115 04/16/14Nickel

99.5ug/L39.87440-22-4 85 - 115 04/16/14Silver

96.9ug/L38.87440-36-0 85 - 115 04/16/14Antimony

95.7ug/L38.37440-39-3 85 - 115 04/16/14Barium

103.5ug/L41.47440-41-7 85 - 115 04/16/14Beryllium

97.4ug/L38.97440-43-9 85 - 115 04/16/14Cadmium

92.8ug/L37.17440-47-3 85 - 115 04/16/14Chromium

94.2ug/L37.77440-48-4 85 - 115 04/16/14Cobalt

94.4ug/L37.77440-50-8 85 - 115 04/16/14Copper

97.5ug/L39.07440-66-6 85 - 115 04/16/14Zinc

94.9ug/L38.07439-92-1 85 - 115 04/16/14Lead

100.8ug/L2.027439-97-6 85 - 115 04/16/14Mercury

97.4ug/L39.07439-98-7 85 - 115 04/16/14Molybdenum
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Inorganic

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

98ug/L3927440-24-6 85 - 115 04/16/14Strontium

95.9ug/L38.47440-28-0 85 - 115 04/16/14Thallium

95.9ug/L38.47440-31-5 85 - 115 04/16/14Tin

102.4ug/L40.97440-61-1 85 - 115 04/16/14Uranium

96ug/L38.47440-38-2 85 - 115 04/16/14Arsenic

97.7ug/L39.17782-49-2 85 - 115 04/16/14Selenium

98.7ug/L39.57440-29-1 85 - 115 04/16/14Thorium

107.1ug/L42.87440-42-8 85 - 115 04/16/14Boron
MS QC Sample #108888

Original    140509003
102.8ug/L4117429-90-5 70 - 130 04/16/14Aluminum

101.4ug/L40.67439-96-5 70 - 130 04/16/14Manganese

97.6ug/L39.07440-02-0 70 - 130 04/16/14Nickel

97.8ug/L39.17440-22-4 70 - 130 04/16/14Silver

100.6ug/L40.27440-36-0 70 - 130 04/16/14Antimony

100.8ug/L40.37440-39-3 70 - 130 04/16/14Barium

98.6ug/L39.47440-41-7 70 - 130 04/16/14Beryllium

100.3ug/L40.17440-43-9 70 - 130 04/16/14Cadmium

104.4ug/L41.87440-47-3 70 - 130 04/16/14Chromium

100ug/L40.07440-48-4 70 - 130 04/16/14Cobalt

97ug/L38.87440-50-8 70 - 130 04/16/14Copper

95.6ug/L38.37440-66-6 70 - 130 04/16/14Zinc

92.2ug/L36.97439-92-1 70 - 130 04/16/14Lead
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Inorganic

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

100.8ug/L2.027439-97-6 70 - 130 04/16/14Mercury

100.4ug/L40.17439-98-7 70 - 130 04/16/14Molybdenum

97ug/L3887440-24-6 70 - 130 04/16/14Strontium

94.6ug/L37.87440-28-0 70 - 130 04/16/14Thallium

98.1ug/L39.37440-31-5 70 - 130 04/16/14Tin

103.9ug/L41.57440-61-1 70 - 130 04/16/14Uranium

100.5ug/L40.27440-38-2 70 - 130 04/16/14Arsenic

95ug/L38.07782-49-2 70 - 130 04/16/14Selenium

101.4ug/L40.57440-29-1 70 - 130 04/16/14Thorium

99.2ug/L39.77440-42-8 70 - 130 04/16/14Boron
MSD QC Sample #108889

Original    140509003 Paired   108888
94.9ug/L3807429-90-5 70 - 130 8.00 20 04/16/14Aluminum

92.5ug/L37.07439-96-5 70 - 130 9.30 20 04/16/14Manganese

90ug/L36.07440-02-0 70 - 130 8.00 20 04/16/14Nickel

98.7ug/L39.57440-22-4 70 - 130 0.90 20 04/16/14Silver

102.1ug/L40.87440-36-0 70 - 130 1.50 20 04/16/14Antimony

112.5ug/L45.07440-39-3 70 - 130 3.70 20 04/16/14Barium

99ug/L39.67440-41-7 70 - 130 0.40 20 04/16/14Beryllium

101.4ug/L40.57440-43-9 70 - 130 1.10 20 04/16/14Cadmium

95.4ug/L38.27440-47-3 70 - 130 8.20 20 04/16/14Chromium

92.3ug/L36.97440-48-4 70 - 130 7.90 20 04/16/14Cobalt

89.3ug/L35.77440-50-8 70 - 130 8.20 20 04/16/14Copper
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Inorganic

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

93.1ug/L37.27440-66-6 70 - 130 2.50 20 04/16/14Zinc

93.1ug/L37.27439-92-1 70 - 130 0.90 20 04/16/14Lead

102.8ug/L2.067439-97-6 70 - 130 1.90 20 04/16/14Mercury

102.9ug/L41.17439-98-7 70 - 130 2.40 20 04/16/14Molybdenum

104.6ug/L4187440-24-6 70 - 130 3.40 20 04/16/14Strontium

95.3ug/L38.17440-28-0 70 - 130 0.80 20 04/16/14Thallium

99.2ug/L39.77440-31-5 70 - 130 1.10 20 04/16/14Tin

103.6ug/L41.47440-61-1 70 - 130 0.20 20 04/16/14Uranium

101ug/L40.47440-38-2 70 - 130 0.50 20 04/16/14Arsenic

98.8ug/L39.57782-49-2 70 - 130 3.70 20 04/16/14Selenium

97.8ug/L39.17440-29-1 70 - 130 3.60 20 04/16/14Thorium

101.4ug/L40.57440-42-8 70 - 130 1.50 20 04/16/14Boron
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230403  (QC Batch:   230402) Test SW-846 8260B Volatiles

Organic, Volatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107832

116.917060-07-0 75 - 125 03/25/141,2-Dichloroethane-d4

103.52037-26-5 75 - 125 03/25/14Toluene-d8

95.9460-00-4 75 - 125 03/25/144-
Bromofluorobenzene
LCS QC Sample #107833

106.217060-07-0 75 - 125 03/25/141,2-Dichloroethane-d4

100.82037-26-5 75 - 125 03/25/14Toluene-d8

97460-00-4 75 - 125 03/25/144-
Bromofluorobenzene
MS QC Sample #107834

Original    140483005
107.417060-07-0 75 - 125 03/25/141,2-Dichloroethane-d4

100.62037-26-5 75 - 125 03/25/14Toluene-d8

95.1460-00-4 75 - 125 03/25/144-
Bromofluorobenzene
MSD QC Sample #107835

Original    140483005 Paired   107834
10517060-07-0 75 - 125 n/a 03/25/141,2-Dichloroethane-d4

May 21, 2014 REV. 1



Page 112 of 138May 21, 2014 13:05:21

Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

101.12037-26-5 75 - 125 n/a 03/25/14Toluene-d8

97.4460-00-4 75 - 125 n/a 03/25/144-
Bromofluorobenzene
SAMPLE Sample #140516001

109.417060-07-0 75 - 125 03/25/141,2-Dichloroethane-d4

114.12037-26-5 75 - 125 03/25/14Toluene-d8

98.2460-00-4 75 - 125 03/25/144-
Bromofluorobenzene
SAMPLE Sample #140516002

107.417060-07-0 75 - 125 03/25/141,2-Dichloroethane-d4

1052037-26-5 75 - 125 03/25/14Toluene-d8

98.9460-00-4 75 - 125 03/25/144-
Bromofluorobenzene
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230413  (QC Batch:   230082) Test Strontium 89/90 (GPC/GEA)

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107568

88.4mg10042-76-9 25 - 105 03/28/14Strontium Nitrate
LCS QC Sample #107569

90.1mg10042-76-9 25 - 105 03/28/14Strontium Nitrate
DUP QC Sample #107570

Original    140503001
88.4mg10042-76-9 25 - 105 n/a 03/28/14Strontium Nitrate

SAMPLE Sample #140516001

88.4mg10042-76-9 25 - 105 03/28/14Strontium Nitrate
SAMPLE Sample #140516002

88.4mg10042-76-9 25 - 105 03/28/14Strontium Nitrate
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230674  (QC Batch:   230673) Test Gasoline Range (W)

Organic, Volatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #108049

101.2460-00-4 50 - 150 03/31/144-
Bromofluorobenzene
LCS QC Sample #108050

93.6460-00-4 50 - 150 03/31/144-
Bromofluorobenzene
MS QC Sample #108051

Original    140495001
97.7460-00-4 50 - 150 03/31/144-

Bromofluorobenzene
MSD QC Sample #108052

Original    140495001 Paired   108051
100.1460-00-4 50 - 150 n/a 03/31/144-

Bromofluorobenzene
DUP QC Sample #108053

Original    140495001
95.5460-00-4 50 - 150 n/a 03/31/144-

Bromofluorobenzene
SAMPLE Sample #140516001
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

98.9460-00-4 50 - 150 03/31/144-
Bromofluorobenzene
SAMPLE Sample #140516002

92.1460-00-4 50 - 150 03/31/144-
Bromofluorobenzene
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230774  (QC Batch:   230485) Test Extractable Diesel and Petroleum

Organic, Semivolatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107937

97.684-15-1 70 - 130 03/31/14o-Terphenyl
LCS QC Sample #107938

97.984-15-1 70 - 130 03/31/14o-Terphenyl
MS QC Sample #107939

Original    140495001
83.384-15-1 70 - 130 03/31/14o-Terphenyl

MSD QC Sample #107940
Original    140495001 Paired   107939

91.184-15-1 70 - 130 n/a 03/31/14o-Terphenyl
SAMPLE Sample #140516001

86.784-15-1 70 - 130 03/31/14o-Terphenyl
SAMPLE Sample #140516002

86.384-15-1 70 - 130 03/31/14o-Terphenyl
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230793  (QC Batch:   230792) Test SW-846 Method 8015 for GPP

Organic, Volatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #108156

102.3ug/L79-20-9 70 - 130 04/01/14Methyl Acetate

583-59-5 04/01/142-Methylcyclohexanol

540-51-2 04/01/142-Bromoethanol
LCS QC Sample #108157

106.5ug/L79-20-9 70 - 130 04/01/14Methyl Acetate

540-51-2 04/01/142-Bromoethanol

583-59-5 04/01/142-Methylcyclohexanol
MS QC Sample #108158

Original    140495001
115.7ug/L79-20-9 70 - 130 04/01/14Methyl Acetate

540-51-2 04/01/142-Bromoethanol

583-59-5 04/01/142-Methylcyclohexanol
MSD QC Sample #108159

Original    140495001 Paired   108158
113.3ug/L79-20-9 70 - 130 n/a 04/01/14Methyl Acetate

583-59-5 04/01/142-Methylcyclohexanol

540-51-2 04/01/142-Bromoethanol
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Volatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

SAMPLE Sample #140516001

79.879-20-9 70 - 130 04/01/14Methyl Acetate
SAMPLE Sample #140516002

87.179-20-9 70 - 130 04/01/14Methyl Acetate
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230996  (QC Batch:   230280) Test Plutonium (AEA)

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107725

99.713982-10-0 25 - 105 04/03/14Plutonium-242 Tracer
LCS QC Sample #107726

99.613982-10-0 25 - 105 04/03/14Plutonium-242 Tracer
DUP QC Sample #107727

Original    140495001
99.713982-10-0 25 - 105 n/a 04/03/14Plutonium-242 Tracer

SAMPLE Sample #140516001

99.713982-10-0 25 - 105 04/03/14Plutonium-242 Tracer
SAMPLE Sample #140516002

99.713982-10-0 25 - 105 04/03/14Plutonium-242 Tracer
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  230997  (QC Batch:   230280) Test Uranium (AEA)

Radiochemistry

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107725

90.814158-29-3 25 - 105 04/03/14Uranium-232 Tracer
LCS QC Sample #107726

68.814158-29-3 25 - 105 04/03/14Uranium-232 Tracer
DUP QC Sample #107727

Original    140495001
72.214158-29-3 25 - 105 n/a 04/03/14Uranium-232 Tracer

SAMPLE Sample #140516001

86.314158-29-3 25 - 105 04/03/14Uranium-232 Tracer
SAMPLE Sample #140516002

81.114158-29-3 25 - 105 04/03/14Uranium-232 Tracer
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  231257  (QC Batch:   230423) Test 8270 2nd run for Hexachlorophene

Organic, Semivolatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107889

67.7367-12-4 34 - 103 04/09/142-Fluorophenol

48.24165-62-2 10 - 93 04/09/14Phenol-d5

90.14165-60-0 49 - 133 04/09/14Nitrobenzene-d5

89.97297-45-2 60 - 135 04/09/142-Methylnaphthalene-
d10

88.7321-60-8 48 - 132 04/09/142-Fluorobiphenyl

83.3118-79-6 33 - 134 04/09/142,4,6-Tribromophenol

102.693951-69-0 62 - 139 04/09/14Fluoranthene-d10

93.898904-43-9 56 - 138 04/09/14Terphenyl-d14
LCS QC Sample #107890

71.9367-12-4 34 - 103 04/09/142-Fluorophenol

51.14165-62-2 10 - 93 04/09/14Phenol-d5

93.24165-60-0 49 - 133 04/09/14Nitrobenzene-d5

96.47297-45-2 60 - 135 04/09/142-Methylnaphthalene-
d10

87.4321-60-8 48 - 132 04/09/142-Fluorobiphenyl

99.8118-79-6 33 - 134 04/09/142,4,6-Tribromophenol
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

101.793951-69-0 62 - 139 04/09/14Fluoranthene-d10

93.998904-43-9 56 - 138 04/09/14Terphenyl-d14
MS QC Sample #107891

Original    140509004
63.7367-12-4 34 - 103 04/09/142-Fluorophenol

44.54165-62-2 10 - 93 04/09/14Phenol-d5

95.34165-60-0 49 - 133 04/09/14Nitrobenzene-d5

99.37297-45-2 60 - 135 04/09/142-Methylnaphthalene-
d10

88.3321-60-8 48 - 132 04/09/142-Fluorobiphenyl

104.6118-79-6 33 - 134 04/09/142,4,6-Tribromophenol

102.493951-69-0 62 - 139 04/09/14Fluoranthene-d10

91.398904-43-9 56 - 138 04/09/14Terphenyl-d14
MSD QC Sample #107892

Original    140509004 Paired   107891
65367-12-4 34 - 103 n/a 04/09/142-Fluorophenol

44.34165-62-2 10 - 93 n/a 04/09/14Phenol-d5

91.24165-60-0 49 - 133 n/a 04/09/14Nitrobenzene-d5

967297-45-2 60 - 135 n/a 04/09/142-Methylnaphthalene-
d10

87.4321-60-8 48 - 132 n/a 04/09/142-Fluorobiphenyl

104.4118-79-6 33 - 134 n/a 04/09/142,4,6-Tribromophenol

105.193951-69-0 62 - 139 n/a 04/09/14Fluoranthene-d10

91.898904-43-9 56 - 138 n/a 04/09/14Terphenyl-d14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

SAMPLE Sample #140516001

65367-12-4 34 - 103 04/09/142-Fluorophenol

41.14165-62-2 10 - 93 04/09/14Phenol-d5

87.44165-60-0 49 - 133 04/09/14Nitrobenzene-d5

86.17297-45-2 60 - 135 04/09/142-Methylnaphthalene-
d10

84.7321-60-8 48 - 132 04/09/142-Fluorobiphenyl

84.5118-79-6 33 - 134 04/09/142,4,6-Tribromophenol

103.593951-69-0 62 - 139 04/09/14Fluoranthene-d10

90.898904-43-9 56 - 138 04/09/14Terphenyl-d14
SAMPLE Sample #140516002

64.3367-12-4 34 - 103 04/09/142-Fluorophenol

43.24165-62-2 10 - 93 04/09/14Phenol-d5

87.74165-60-0 49 - 133 04/09/14Nitrobenzene-d5

86.77297-45-2 60 - 135 04/09/142-Methylnaphthalene-
d10

87.3321-60-8 48 - 132 04/09/142-Fluorobiphenyl

77.2118-79-6 33 - 134 04/09/142,4,6-Tribromophenol

102.993951-69-0 62 - 139 04/09/14Fluoranthene-d10

88.198904-43-9 56 - 138 04/09/14Terphenyl-d14
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  231548  (QC Batch:   230881) Test PCBs by EPA SW-846 Method 8082

Organic, Semivolatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #108261

93.9877-09-8 60 - 140 04/08/14Tetrachloro-m-xylene

129.52051-24-3 60 - 140 04/08/14Decachlorobiphenyl
LCS QC Sample #108262

76.3877-09-8 60 - 140 04/08/14Tetrachloro-m-xylene

120.42051-24-3 60 - 140 04/08/14Decachlorobiphenyl
DUP QC Sample #108263

Original    140490002
83.7877-09-8 60 - 140 n/a 04/08/14Tetrachloro-m-xylene

129.12051-24-3 60 - 140 n/a 04/08/14Decachlorobiphenyl
DUP QC Sample #108264

Original    140490003
66.4877-09-8 60 - 140 n/a 04/10/14Tetrachloro-m-xylene

116.22051-24-3 60 - 140 n/a 04/10/14Decachlorobiphenyl
MS QC Sample #108265

Original    140495001
87.2877-09-8 60 - 140 04/09/14Tetrachloro-m-xylene

1312051-24-3 60 - 140 04/09/14Decachlorobiphenyl
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Report ID: 140516
Group # WSCF140516

3004.1.1084.3 

REVISED140516 -

*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

MSD QC Sample #108266
Original    140495001 Paired   108265

94.9877-09-8 60 - 140 n/a 04/09/14Tetrachloro-m-xylene

122.42051-24-3 60 - 140 n/a 04/09/14Decachlorobiphenyl
SAMPLE Sample #140516001

95877-09-8 60 - 140 04/09/14Tetrachloro-m-xylene

127.52051-24-3 60 - 140 04/09/14Decachlorobiphenyl
SAMPLE Sample #140516002

88.2877-09-8 60 - 140 04/09/14Tetrachloro-m-xylene

129.12051-24-3 60 - 140 04/09/14Decachlorobiphenyl
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*  -  QC result out of range                                                 n/a -  Not Applicable

WSCF140516Group #

Department
Attention Scot Fitzgerald

Associated Samples
Analytical Batch  231751  (QC Batch:   230423) Test 8270 2nd run for Hexachlorophene

Organic, Semivolatiles

Quality Control Report

% RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQAnalyte

140516001, 140516002

BLANK QC Sample #107889

87.1118-79-6 33 - 134 04/14/142,4,6-Tribromophenol

122.898904-43-9 56 - 138 04/14/14Terphenyl-d14
LCS QC Sample #107890

83.1118-79-6 33 - 134 04/14/142,4,6-Tribromophenol

124.298904-43-9 56 - 138 04/14/14Terphenyl-d14
MS QC Sample #107891

Original    140509004
84.3118-79-6 33 - 134 04/14/142,4,6-Tribromophenol

124.698904-43-9 56 - 138 04/14/14Terphenyl-d14
MSD QC Sample #107892

Original    140509004 Paired   107891
85.9118-79-6 33 - 134 n/a 04/14/142,4,6-Tribromophenol

121.398904-43-9 56 - 138 n/a 04/14/14Terphenyl-d14
SAMPLE Sample #140516001

79.3118-79-6 33 - 134 04/14/142,4,6-Tribromophenol

12498904-43-9 56 - 138 04/14/14Terphenyl-d14
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Group # WSCF140516
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*  -  QC result out of range                                                 n/a -  Not Applicable

Group #

Department
Attention Scot Fitzgerald

Organic, Semivolatiles

WSCF140516

Analyte % RecovUnitsQC Found
Original
FoundCAS # Analyzed

RPD
LimitRPDLimits RQ

Quality Control Report

SAMPLE Sample #140516002

76.9118-79-6 33 - 134 04/14/142,4,6-Tribromophenol

135.298904-43-9 56 - 138 04/14/14Terphenyl-d14
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Analytical Comment Report

WSCF140516Group #Attention: Scot Fitzgerald

Quality Control Comments
Department Organic, Semivolatiles

107892 B2VXR2(140509004MSD)

1,2,4-Trichlorobenzene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

1,4-Dichlorobenzene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

1,4-Dioxane  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

2,4-Dichlorophenol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

2,4-Dimethylphenol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

2,4-Dinitrotoluene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

2-Chlorophenol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

2-Methylphenol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

2-Nitroaniline  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

2-Nitrophenol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

2-Picoline  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

3,3-Dichlorobenzidine  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

4-Chloro-3-methylphenol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

4-Chloroaniline  -  8270 2nd run for HexachloropheneAnalyte
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Report ID: 140516
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Analytical Comment Report

WSCF140516Group #Attention: Scot Fitzgerald

Quality Control Comments
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

4-Nitrophenol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Acenaphthene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Anthracene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Benzo(a)pyrene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Benzyl alcohol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Bis(1-Chloro-2-propyl)ether  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Bis-(2-Ethylhexyl)phthalate  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Carbazole  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Di-n-butylphthalate  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Di-n-octylphthalate  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Dibenzofuran  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Dimethoate  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Fluorene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Hexachlorobenzene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.
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Analytical Comment Report

WSCF140516Group #Attention: Scot Fitzgerald

Quality Control Comments
Hexachloroethane  -  8270 2nd run for HexachloropheneAnalyte

[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Hexachlorophene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Naphthalene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Pentachlorophenol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Phenol  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Pyrene  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

Tributyl phosphate  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

n-Nitroso-di-n-propylamine  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.

n-Nitrosodimethylamine  -  8270 2nd run for HexachloropheneAnalyte
[1] Matrix Spike RPD outside established laboratory limits No flags assigned.
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Analytical Comment Report

WSCF140516Group #Attention: Scot Fitzgerald

Quality Control Comments
Department Radiochemistry

107725 BLANK for HBN 230280 [RADP/870

Uranium-234  -  Uranium (AEA)Analyte
[1] The blank activity is much less than the required detection limit.

Uranium-235  -  Uranium (AEA)Analyte
[1] The blank activity is much less than the required detection limit.

107726 LCS for HBN 230280 [RADP/8702]

Uranium-238  -  Uranium (AEA)Analyte
[1] The LCS is outside of default limits.  The LCS is within the range of 70-130% and is acceptable, per S&GRP SOW.
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