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ATTACHMENT I 

COVERSHEET 

Consisting of 2 pages 
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SAF# 

F06-027 

Report Date ; 17-aug -2008 

Group#; WSCF20081456 

Report WGPPS /5 .3 

WSCF SAF NUMBER CROSS REFERENCE 

Group#: WSCF20081456 
Data Deliverable Date: 29-jul-2008 
Data Deliverable: Cover Sheet 

Sample ID WSCF# Matrix 

B1W817 W08GR02605 WATER 
B1W818 W08GR02606 WATER 
B1W819 W08GR02607 WATER 
B1W820 W08GR02608 WATER 
B1W823 W08GR02609 WATER 
BlW824 W08GR02610 WATER 
B1W826 W08GR02611 WATER 
B1W828 W08GR02612 WATER 
B1W829 W08GR02613 WATER 

Page 1 
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A IT ACHMENf 2 

NARRATIVE 

Consisting of 4 pages 
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4 of 58 



Introduction 

Attachment 2 
Narrative 

WSCF20081456 

Nine groundwater samples were received at the WSCF Laboratory on July 15, 2008. Samples 
were analyzed for the analytes indicated on the attached copy of the chain of custody (COC) form 
in accordance with the Groundwater Remediation Program - Letter of Instruction, referenced in 
the cover letter. 

The narrative (Attachment 2) will address sample characteristics, analyses requested and general 
information in performance of the analytical methods. A Data Summary Report (Attachment 3) 
includes analytical results, a comment report detailing method abnormalities, tentatively 
identified peaks if applicable, method references, and Laboratory QC information as applicable. 
Copies of the chain of custody and sample receipt documentation are included as Attachment 4. 

It should be noted that the attached chain of custody was stamped "ICED" by the WSCF 
Laboratory Sample Custodian during sample receiving, indicating the presence of ice in the 
sample container. 

Analytical Methodology for Requested Analyses 

Refer to WSCF Method References Report, pages 12 through 13 , for a complete listing of 
approved analytical methods. 

Inorganic Comments 

Anions - Hold time requirements for this analysis were met. A Duplicate, Matrix Spike, Matrix 
Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group 
per GRP Letter oflnstruction. See pages 32 through 37 for QC details. Analytical Note(s): 

• Sample results were D flagged if dilution(s) were required. 

• Sample results that were less than the reportable limit however greater than the method 
detection limit, were B flagged. 

• Duplicates, Matrix Spikes and Matrix Spike Duplicates were analyzed on the following 
samples 

o B 1 VWR4 (SDG# 20081354, SAF# F06-027) -

• Chloride - Matrix Spike recovery was less than established laboratory 
limits. Affected sample results were N flagged. 

• All other QC controls are within established laboratory limits. 

o B 1 W829 of this SDG -

• All QC controls are within established laboratory limits. 

1 
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Attachment 2 
Narrative 

WSCF20081456 

o B 1 W888 (SDG# 20081434, SAF# F06-027) -

• All QC controls are within established laboratory limits. 

o B 1 W824 of this SDG -

• Phosphate-P- Spike Relative Percent Difference (RPD) slightly exceeded 
established limits. No flags issued. 

• All other QC controls are within established laboratory limits. 

ICP-AES Metals - The hold time requirements for this analysis were met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery 
group per the GRP Letter of!nstruction. See pages 38 through 41 for QC details. Analytical 
Note(s): 

• Sample results were D flagged if dilution(s) were required. 

• Sample results that were less than the reportable limit however greater than the method 
detection limit, were B flagged. 

• Matrix Spike and Matrix Spike Duplicate were analyzed on sample# B 1 WBH2 (SDG# 
20081437, SAF# F06-027). 

• Zinc contamination detected in the Blank was evaluated and there was no affect on 
sample results. 

• Calciwn and Sodium - Sample results exceeded spiking levels by a factor of 4. Spike 
recoveries are not valid. Check and high standard were analyzed to ensure linearity 
because the sample results were greater than the calibration standard. Affected sample 
results were X flagged. 

• Manganese, Nickel, Cadmium, Cobalt, Zinc and Lead - Matrix Spike recoveries 
exceeded established laboratory limits. Affected sample results were N flagged. 

All other QC controls are within the established limits. 

Radiochemistrv Comments 

Rad Chem-There are no hold times associated with WSCF's radiochemical methods. A 
Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group. See 
page 52 for QC details. 

All QC controls are within the established limits. 
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Attachment 2 
Narrative 

WSCF20081456 

I certify that this data package is in compliance with the LOI, both technically and for 
completeness, for other than the conditions detailed above. Release of the data contained in this 
hard copy data package has been authorized by the Laboratory Analytical Manager and Client 
Servi es as verifie y the following signatures. 

Scot L. Fitzger ld 
WSCF Analytical Laboratory Manager 

3 

~ .1 · A,J. 
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Pauline D. Mix 
WSCF Client Services 
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ATTACHMENT 3 

ANALYTICAL RESULTS 

Consisting of 46 pages 
Including cover page 
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WSCF 
ANALYTICAL RESULTS REPORT 

for 

Groundwater Remediation Program 

Richland, WA 99354 

Attention: Steve Trent 

f:1J: Analytical: ,/ S £+9~<---fJ_ ~/o8 
Client Services:~ I: iJ, ilf1,- I If.ff loOJ-

All results are reponed on an "as received" basis unless otherwise noted in the comment section. 

This information is intended for the use of the addressee only. If the reader of this report is not the intended recipient 

or is not authorized by the recipient to receive the report, you are hereby notified that any dissemination, distribution or copying of this report 

is strictly prohibited . If you have received this report in error, please notify WSCF Laboratory immediately by telephone at (509) 373-7020 or (509) 531 -8004. 

Information designation of this report is the responsibility of the customer . 

Contract#: FH-EIS-2003-MEM-001 
Report#: WSCF20081456 
Report Date: 17-aug-2008 
Repon WGPP/ver. 5.2 
Groundwater Remediation Program Page 1 



wl3qlog v4.2 17-aug- 2008 13:45:11 

Department: Inorganic 

Wl3q Worklist/Batch/QC Report for Group# WSCF20081456 

WL# S# Batch QC# Tray Type Sample# Test 
37184 2 37610 41936 BLANK Anions by Ion Chromatography 
37184 13 37610 41936 BLANK Anions by Ion Chromatography 
37184 25 37610 41936 BLANK Anions by Ion Chromatography 
37184 3 37610 41936 LCS Anions by Ion Chromatography 
37184 14 37610 41936 LCS Anions by Ion Chromatography 
37184 5 37610 41936 DUP W08GR02217 Anions by Ion Chromatography 
37184 6 37610 41936 MS W08GR02217 Anions by Ion Chromatography 
37184 7 37610 41936 MSD W08GR02217 Anions by Ion Chromatography 
37184 7 37610 41936 SPK-RPD W08GR02217 Anions by Ion Chromatography 
37184 8 37610 41936 SAMPLE W08GR02605 Anions by Ion Chromatography 
37184 9 37610 41936 SAMPLE W08GR02606 Anions by Ion Chromatography 
37184 10 37610 41936 SAMPLE W08GR02607 Anions by Ion Chromatography 
37184 11 37610 41936 SAMPLE W08GR02611 Anions by Ion Chromatography 
37184 12 37610 41936 SAMPLE W08GR02612 Anions by Ion Chromatography 
37184 16 37610 41936 DUP W08GR02613 Anions by Ion Chromatography 
37184 17 37610 41936 MS W08GR02613 Anions by Ion Chromatography 
37184 18 37610 41936 MSD W08GR02613 Anions by Ion Chromatography 
37184 15 37610 41936 SAMPLE W08GR02613 Anions by Ion Chromatography 
37184 18 37610 41936 SPK-RPD W08GR02613 Anions by Ion Chromatography 

37180 2 37609 41942 BLANK Anions by Ion Chromatography 
37180 15 37609 41942 BLANK Anions by Ion Chromatography 
37180 27 37609 41942 BLANK Anions by Ion Chromatography 
37180 3 37609 41942 LCS Anions by Ion Chromatography 
37180 16 37609 41942 LCS Anions by Ion Chromatography 
37180 5 37609 41942 DUP W08GR02541 Anions by Ion Chromatography 
37180 6 37609 41942 MS W08GR02541 Anions by Ion Chromatography 
37180 7 37609 41942 MSD W08GR02541 Anions by Ion Chromatography 
37180 7 37609 41942 SPK-RPD W08GR02541 Anions by Ion Chromatography 
37180 14 37609 41942 SAMPLE W08GR02608 Anions by Ion Chromatography 
37180 22 37609 41942 SAMPLE W08GR02609 Anions by Ion Chromatography 
37180 18 37609 41942 DUP W08GR02610 Anions by Ion Chromatography 
37180 19 37609 41942 MS W08GR02610 Anions by Ion Chromatography 
37180 21 37609 41942 MSD W08GR02610 Anions by Ion Chromatography 
37180 17 37609 41942 SAMPLE W08GR02610 Anions by Ion Chromatography 
37180 21 37609 41942 SPK-RPD W08GR02610 Anions by Ion Chromatography 

37615 1 37848 42403 BLANK ICP Metals Analysis, Grd H20 p 

37615 2 37848 42403 LCS ICP Metals Analysis, Grd H20 p 
37615 4 37848 42403 MS W08GR02558 ICP Metals Analysis, Grd H20 p 
37615 5 37848 42403 MSD W08GR02558 ICP Metals Analysis, Grd H20 p 
37615 5 37848 42403 SPK-RPD W08GR02558 ICP Metals Analysis, Grd H20 p 

37615 16 42403 SAMPLE W08GR02605 ICP Metals Analysis, Grd H20 p 

37615 17 42403 SAMPLE W08GR02606 ICP Metals Analysis, Grd H20 p 
37615 18 42403 SAMPLE W08GR02607 ICP Metals Analysis, Grd H20 p 
37615 19 42403 SAMPLE W08GR02608 ICP Metals Analysis, Grd H20 p 
37615 20 42403 SAMPLE W08GR02609 ICP Metals Analysis, Grd H20 p 
37615 21 42403 SAMPLE W08GR02610 ICP Metals Analysis, Grd H20 p 
37615 22 42403 SAMPLE W08GR02611 ICP Metals Analysis, Grd H20 p 
37615 23 42403 SAMPLE W08GR02612 ICP Metals Analysis, Grd H20 p 
37615 24 42403 SAMPLE WOBGR02613 ICP Metals Analysis, Grd H20 p 
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w13qlog v4.2 17-aug-2008 13:45:11 

Department: Radiochemistry 

W13q Worklist/Batch/QC Report for Group# WSCF20081456 

WL# S# Batch QC# Tray Type Sample# Test 

37219 1 37652 42045 BLANK Gross Alpha/Gross Beta (AB32) 
37219 2 37652 42045 LCS Gross Alpha/Gross Beta (AB32) 
37219 3 37652 42045 DUP W08GR02605 Gross Alpha/Gross Beta (AB32) 
37219 4 37652 42045 SAMPLE W08GR02605 Gross Alpha/Gross Beta (AB32) 
37219 5 37652 42045 SAMPLE W08GR02606 Gross Alpha/Gross Beta (AB32) 
37219 6 37652 42045 SAMPLE W08GR02607 Gross Alpha/Gross Beta (AB32) 
37219 7 37652 42045 SAMPLE W08GR02608 Gross Alpha/Gross Beta (AB32) 
37219 8 37652 42045 SAMPLE W08GR02609 Gross Alpha/Gross Beta (AB32) 
37219 9 37652 42045 SAMPLE W08GR02610 Gross Alpha/Gross Beta (AB32) 
37219 10 37652 42045 SAMPLE W08GR02611 Gross Alpha/Gross Beta (AB32) 
37219 11 37652 42045 SAMPLE W08GR02612 Gross Alpha/Gross Beta (AB32) 
37219 12 37652 42045 SAMPLE W08GR02613 Gross Alpha/Gross Beta (AB32) 
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WSCF 
METHOD REFERENCES REPORT Department: Inorganic 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also , a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-505-411 LA-505-411: ELEMENTAL ANALYSIS BY INDUCTIVELY COUPLED PLASMA ATOMIC EMISSION SPE 
HEIS 6010 _ METALS _ICP Inductively Coupled Plasma-Atomic Emmision Spectrometry 

LA-533-410 LA-533-410: ANION ANALYSIS BY ION CHROMATOGRAPHY 
EPA-600/R-94-111 300.0 DETERMINATION OF INORGANIC ANIONS BY ION CHROMATOGRAPHY 
HEIS 300.0_ANIONS_IC Determination of Inorganic Anions by Ion Chromatography 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl .gov/phmc/as-dol . 

..a. Report Date: 17-aug-2008 

I\) Report#: WSCF20081 456 a Report WGPPM/5.2 

(,ft 
00 
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WSCF 
METHOD REFERENCES REPORT Department: Radiochemistry 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also , a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-508-415 LA-508-415: OPERATION OF THE PROTEAN 2-INCH ALPHA/BETA COUNTING SYSTEM FOR GROSS 
HEIS ALPHA GPC GROSS ALPHA GPC 
HEIS BETA GPC GROSS BETA GPC 
HEIS SRTOT SEP PRECIP Gfflontium 89/90 - - -

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl.gov/phmc/as-dol . 

..1. Report Date : 17-aug-2008 

(..) Report# : WSCF20081456 a Report WGPPM/5 .2 

CJI 
0) 

Page 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02605 
Client ID: B 1 W817 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .464 mg/L 

Chloride 16887-00-6 LA-533-410 DN 238 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .256 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0.242 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 D 737 mg/L 

Sulfate 14808-79-8 LA-533-410 BD 6 .28 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 DU < 125 ug/L 

Magnesium 7439-95-4 LA-505-411 D 6.90e+ 03 ug/L 

Manganese 7439-96-5 LA-505-411 DNU < 20.0 ug/L 

Nickel 7440-02-0 LA-505-411 DN 20.2 ug/L 

Potassium 7440-09-7 LA-505-411 D 6.56e + 03 ug/L 

Silver 7440-22-4 LA-505-411 BD 59.0 ug /L 

Sodium 7440-23-5 LA-505-411 DX 1.77e + 06 ug /L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug /L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DNU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 6 5.0 ug/L 

Cobalt 7440-48-4 LA-505-41 1 DNU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug /L 

Zinc 7440-66-6 LA-505-411 DNU < 45 .0 ug/L 

MDL=Minimum Detection Limit B - The analyte < the RDL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria(inorg) 

DF=Dilution Factor . - Indicates resul ts that have NOT been validated; + - Indicates more than six qualifier symbols 

Report WGPP!ver. 5.2 
Groundwater Remediation Program 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit OF MDL PQL 

20.00 0 .46 

20.00 0 .94 

20.00 0 .26 

20.00 0 .24 

101e + 002 6 .1 

20.00 2.6 

5.00 2.6e + 02 

5.00 1.2e + 02 

5.00 2.5e + 02 

5.00 20 

5.00 20 

5.00 8.5e + 02 

5.00 25 

5.00 2.6e+ 02 

5.00 2.8e + 02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

X - Other flags /notes described in the comments/narrative(inorg) 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 

07/17/08 

07/17/08 

0 7/17/08 

07/17/08 

07/17/08 

07/17/08 

08/02/08 

08/1 3/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/ 13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/1 3/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02605 
Client ID: B 1 W817 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

]\,fi}L=Minimum Detection Limit 
RQ =Result Qualifier 
TP Err=Total Propagated Error 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 DX 1.40e+ 04 ug/L 

LA-505-411 DNU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 346 ug/L 

LA-505-411 DU < 390 ug /L 

8 · The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U • An alyzed for but not detec ted above limit ing criteria( inorg) 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e +02 

5.00 2.2e +02 

5.00 25 

5.00 20 

5.00 3 .9e + 02 

D · Analyte was identified at a secondary dilution factor 

N • Spike sample recovery is outside control limits .(inorg) 

X - Other flags /notes described in the comments/narrative(inorg) 

~ DF=Dilution Factor 
u, 

a 
u, 
0:, 

• - Indicates results that have NOT been validated; 

Report WGPP/ver. 5.2 
Groundwater Remediation Program 

+ · Indicates more than six Qualif ie r symbols 

WSCF20081456 
Inorganic 
07 /15/08 
07/15/08 

Analysis Date 
08/13/08 

08/13/08 

08/13/08 

08/ 13/08 

08/ 13/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent Group#: 
SAF Number:F06-027 Department: 
Sample# W08GR02606 Sampled: 
Client ID: B1W818 TRENT Matrix: WATER Received: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err Unit DF MDL PQL 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .232 mg/L 10 .00 0 .23 

Chloride 16887-00-6 LA-533-410 DN 244 mg/L 51.00 2.4 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0. 128 mg/L 10.00 0.13 

Nitrogen in Nitrate N03-N LA-533-410 OU < 0 .121 mg/L 10.00 0.12 

Phosphate (P) by IC P04-P LA-533-410 D 581 mg/L 51 .00 3.1 

Sulfate 14808-79-8 LA-533-410 BO 1.97 mg/L 10.00 1.3 

ICP Metals Analysis, Grd 020 P Prep 
ICP Metals Analysis, Grd 020 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 5.00 2 .6e + 02 

Iron 7439-89-6 LA-505-411 OU < 125 ug/L 5.00 1.2e + 02 

Magnesium 7439-95-4 LA-505-411 D 4.83e + 03 ug/L 5.00 2.5e + 02 

Manganese 7439-96-5 LA-505-411 DNU < 20.0 ug/L 5.00 20 

Nickel 7440-02-0 LA-505-411 DNU < 20.0 ug/L 5.00 20 

Potassium 7440-09-7 LA-505-411 D 6 .96e + 03 ug/L 5.00 8 .5e + 02 

Silver 7440-22-4 LA-505-411 BO 55.0 ug/L 5.00 25 

Sodium 7440-23-5 LA-505-411 OX 1.79e + 06 ug/L 5.00 2.6e + 02 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 5.00 2.8e + 02 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 5.00 20 

Cadmium 7440-43-9 LA-505-411 DNU < 20.0 ug/L 5.00 20 

Chromium 7440-47-3 LA-505-411 DU < 65 .0 ug/L 5.00 65 

Cobalt 7440-48-4 LA-505-411 DNU < 20.0 ug/L 5.00 20 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 5.00 30 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 5.00 60 

Zinc 7440-66-6 LA-505-411 DNU < 45.0 ug/L 5 .00 45 

MDL= Minimum Detection Limit B - The analyte < the ADL but > = the IOL/MOL (inorg) D - Analyte was identi fied at a secondary dilution factor 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor(inorg) N - Spike sample recovery is outside control limits .(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria (inorg) X - Other flags/notes described in the comments/narrative(inorg) 

DF= Dilution Factor 
• - Indicates results that have NOT been validated; + - Indicates more than six quali fier symbols 

Repon WGPP/ver. 5.2 
Groundwater Remediation Program 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 

07/1 7/08 

07/ 17/08 

07/17/08 

07/ 17/08 

07/17/08 

07/17/08 

08/02/08 

08/13/08 

08/13/08 

08/1 3/08 

08/13/08 

08/13/08 

08/13/08 

08/1 3 /08 

08/13/08 

08/13/08 

08/13/08 

08 /13/08 

08/13/08 

08/13/08 

08/ 13/08 

08/1 3/08 

08/13/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02606 
Client ID: B 1 W818 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 

- DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 DX 1.02e+ 04 ug/l 

LA-505-411 DNU < 225 ug/l 

LA-505-411 DU < 25.0 ug/l 

LA-505-411 D 297 ug/l 

LA-505-411 DU < 390 ug/l 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

D • Analyte was identified at a secondary dilution factor(inorg) 

U · Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e+02 

5.00 2.2e+02 

5.00 25 

5.00 20 

5.00 3.98 +02 

D . Analyte was identified at a secondary dilution factor 

N . Spike sample recovery is outside control limits. (inorg) 

X . Other flags /notes described in the comments/narrative(inorg) 

....., 
• - Indicates results that have NOT been validated; + • Indicates more than six qualifier symbols 

a 
01 
00 

Repon WGPP/ver. 5.2 
Groundwater Remediation Program 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 
08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02607 
Client ID: B 1 W819 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0.232 mg/L 

Chloride 16887-00-6 LA-533-410 ON 252 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0.128 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0.121 mg/L 

Phosphate IP) by IC P04-P LA-533-410 D 419 mg/L 

Sulfate 14808-79-8 LA-533-410 DU < 1.32 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-41 1 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 BO 350 ug/L 

Magnesium 7439. 95.4 LA-505-411 D 4.43e + 03 ug/L 

Manganese 7439-96-5 LA-505-411 BON 20.0 ug/L 

Nickel 7440-02-0 LA-505-411 DNU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 D 4 .92e + 03 ug/L 

Silver 7440-22-4 LA-505-411 BO 38.0 ug/L 

Sodium 7440-23-5 LA-505-411 DX 1 .49e + 06 ug /L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DNU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 DNU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DNU < 45 .0 ug/L 

MDL=Minimum Detection Limit B - The analyte < the RDL but > = the IDL/MDL (inorg) 

RQ = Result Qualifier D • Analyte was identi fied at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria(inorg) 

DF=Dilution Factor 
• - Indicates results that have NOT been validated; + • Indicates more than six qualifier symbols 

Repor1 WGPP/ver. 5.2 
Groundwater Remediation Program 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .23 

51.00 2.4 

10.00 0.13 

10.00 0. 12 

51 .00 3 .1 

10.00 1.3 

5.00 2.6e + 02 

5.00 1.2e + 02 

5.00 2.5e + 02 

5 .00 20 

5 .00 20 

5.00 8.5e + 02 

5.00 25 

5.00 2.6e + 02 

5.00 2.8e + 02 

5 .00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

D • Analyte was identified at a secondary dilution factor 

N • Spike sample recovery is outside control limits .(inorg) 

X - Other flags/notes described in the comments/narrativel inorg) 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 

07/17/08 

07/17/08 

07/1 7/08 

07/17/08 

07/1 7/08 

07/1 7/08 

08/02/08 

08/13/08 

08/1 3/08 

08/ 13/08 

08/ 13/08 

08/13/08 

08/1 3/08 

08/1 3/08 

08/1 3/08 

08/13/08 

08/1 3/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/1 3/08 

08/1 3/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02607 
Client ID: B1W819 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL= Minimum Detection Limit 
RQ= Result Qualifier 
TP Err=Total Propagated Error 

.- DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 DX 1.12e + 04 ug/L 

LA-505-411 DNU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 200 ug/L 

LA-505-411 DU < 390 ug/L 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3 .6e + 02 

5.00 2.2e + 02 

5.00 25 

5.00 20 

5.00 3 .9e + 02 

D - Analyte w as identi fied at a secondary dilution factor 

N - Spike sample recovery is outside control limits . (inorg) 

X - Other flags /notes described in the comments/narrative(inorg) 

CD • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

a 
OI 
0) 

Repon WGPP!ver. 5.2 
Groundwater Remediation Program 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 
08/ 13/08 

08/13/08 

08/13/08 

08/13/08 

08/13108 
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I\) 
0 
0 ..., 
(J1 
00 

WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02608 
Client ID: B1W820 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .232 mg/L 

Chloride 16887-00-6 LA-533-410 D 130 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 BO 0.696 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0.121 mg/L 

Phosphate (P) by IC P04-P LA-533-410 D 118 mg/L 

Sulfate 14808-79-8 LA-533-410 8D 1.44 mg/L 

ICP Metals Analysis, Grd 820 P Prep 
ICP Metals Analysis, Grd 820 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 D 210 ug/L 

Magnesium 7439-95-4 LA-505-411 D 5.26e +03 ug/L 

Manganese 7439-96-5 LA-505-411 ON 1.34e + 03 ug/L 

Nickel 7440-02-0 LA-505-411 DNU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 BD 3.31e + 03 ug/L 

Silver 7440-22-4 LA-505-411 DU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 DX 5.69e + 05 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DNU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65 .0 ug/L 

Cobalt 7440-48-4 LA-505-411 ONU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DNU < 45.0 ug/L 

MDL= Minimum Detection Limit B - The analyte < the ADL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factorlinorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria(inorg) 

DF=Dilution Factor . - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

Repon WGPP/ver. 5.2 
Groundwater Remediation Program 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .23 

10.00 0.47 

10.00 0 .13 

10.00 0 .12 

10.00 0.61 

10.00 1.3 

5 .00 2.6e +02 

5.00 1.2e+02 

5.00 2 .5e+02 

5.00 20 

5.00 20 

5.00 8 .5e + 02 

5 .00 25 

5.00 2.6e +02 

5.00 2.8e+02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

D - Analyte was identilied at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 

07/17/08 

07/17/08 

07/17/08 

07117/08 

07/17/08 

07/17/08 

08/02/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/ 13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02608 
Client ID: B 1 W820 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Calcium 7440-70-2 LA-505-411 ox 2.34e +04 ug/L 

Lead 7439-92-1 LA-505-411 ONU < 225 ug/L 

Molybdenum 7439-98-7 LA-505-411 OU < 25.0 ug/L 

Strontium 7440-24-6 LA-505-411 D 118 ug/L 

Arsenic 7440-38-2 LA-505-411 DU < 390 ug/L 

MDL=Minimum Detection Limit B - The analyte < the AOL but >=the IDL/MDL (inorgJ 

RQ:;::Rcsult Qualifier D - Analyte was identified at a secondary dilution factor(inorgJ 

TP Err=Total Propagated Error U - Analyzed tor but not detected above limit ing criteria(inorg) 

N DF:;::DiJutioo Factor 
~ • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols a RepoH WGPP/ver. 5.2 
CJ1 Groundwater Remediation Program 
0:, 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e +02 

5.00 2.2e + 02 

5 .00 25 

5.00 20 

5.00 3.9e + 02 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorgJ 

X - Other flags /notes described in the comments/narrative(inorgJ 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 
08/13/08 

08/13/08 

08/13/08 

08/1 3/08 

08/1 3/08 
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I\) 
I\) 

0 ..... 
(J1 
00 

WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02609 
Client ID: Bl W823 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0.232 mg/L 

Chloride 16887-00-6 LA-533-410 D 176 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0. 128 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0 .121 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 D 376 mg/L 

Sulfate 14808-79-8 LA-533-410 BO 4 .82 mg /L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 BD 509 ug /L 

Magnesium 7439.95.4 LA-505-411 D 1.98e + 04 ug /L 

Manganese 7439-96-5 LA-505-411 DN 3.06e + 03 ug/L 

Nickel 7440-02-0 LA-505-411 DNU < 20 .0 ug/L 

Potassium 7440-09-7 LA-505-411 D 5.98e + 03 ug/L 

Silver 7440-22-4 LA-505-411 BD 27.0 ugll 

Sodium 7440-23-5 LA-505-411 DX 1.16e+ 06 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 BD 34.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DNU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug /L 

Cobalt 7440-48-4 LA-505-411 DNU < 20.0 ug /L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DNU < 45.0 ug /L 

MDL=Minimum Detection Limit B · The analyte < the RDL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier D • Analyte was identified at a secondary dilution factor(ino rgJ 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria(inorg) 

DF = Dilution Factor . - Indicates results that have NOT been validated; + · Indicates more than six qualifier symbols 

Report WGPP/ver. 5.2 
Groundwater Remediation Program 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .23 

10.00 0 .47 

10.00 0 .13 

10.00 0 .12 

51 .00 3 .1 

10.00 1.3 

5.00 2 .6e + 02 

5.00 1.2e +02 

5.00 2.5e + 02 

5.00 20 

5.00 20 

5.00 8 .5e + 02 

5.00 25 

5.00 2.6e+ 02 

5.00 2.8e+ 02 

5.00 20 

5.00 20 

5.00 65 

5 .00 20 

5.00 30 

5.00 60 

5.00 45 

D - Analyte was identi fied at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

X - Other flags /notes described in the comments/narrative(inorg) 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 

07/17/08 

0 7/17/08 

07/17/08 

07117108 

07/17108 

07/17/08 

08/02/08 

08113/08 

08/13/08 

08/13108 

08/13108 

08/13/08 

08113/08 

08113/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08113/08 

08/13108 

08/1 3108 

08/1 3/08 

08/13/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02609 
Client ID: Bl W823 

Test Perfonned CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 

N DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-4 11 DX 5.70e + 04 ug/L 

LA-505-411 DNU < 225 ug/L 

LA-505-411 DU < 25 .0 ug/L 

LA-505-411 D 335 ug/L 

LA-505-411 DU < 390 ug/L 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e+02 

5.00 2.2e +02 

5.00 25 

5.00 20 

5.00 3.9e +02 

D - Analyte was identified at a secondary dilution factor 

N • Spike sample recovery is outside control limits .(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

w • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

a 
(JI 
0) 

Report WGPP/ver. 5.2 
Groundwater Remediation Program 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 
08/13/08 

08/13/08 

08 /1 3/08 

08 /13/08 

08/13/08 
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N 
~ 

0 .... 
U'I 
00 

WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02610 
Client ID: BlW824 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .232 mg/L 

Chloride 16887-00-6 LA-533-410 BO 2.33 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 OU < 0.128 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 BO 0 .149 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 BO 1.51 mg/L 

Sulfate 14808-79-8 LA-533-410 BO 7.56 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 DU < 125 ug/L 

Magnesium 7439.95.4 LA-505-411 D 3.53e + 03 ug/L 

Manganese 7439.95.5 LA-505-411 DNU < 20.0 ug/L 

Nickel 7440-02-0 LA-505-411 DNU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 BO 1.33e + 03 ug/L 

Silver 7440-22 -4 LA-505-411 DU < 25 .0 ug/L 

Sodium 7440-23-5 LA-505-411 DX 2.09e + 04 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 BO 21 .0 ug/L 

Cadmium 7440-43-9 LA-505-411 DNU < 20 .0 ug/L 

Chromium 7440-47-3 LA-505' 411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 DNU < 20 .0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DNU < 45.0 ug/L 

MDL=Minimum Detection Limit B · The analyte < the RDL but > = the IDL/MDL {inorg) 

RQ=Result Qualifier D - Analy1e was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Analyzed for but not detected above limiting criteria(inorg) 

DF=Dilution Factor . · Indicates results that have NOT been val idated; + - Indicates more than six qualifier symbols 

Report WGPP!ver. 5.2 
Groundwater Remediation Program 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .23 

10.00 0.47 

10.00 0 .13 

10.00 0 .12 

10.00 0 .61 

10.00 1.3 

5.00 2.6e + 02 

5.00 1.2e + 02 

5.00 2.5e + 02 

5.00 20 

5.00 20 

5.00 8 .5e + 02 

5.00 25 

5.00 2.6e + 02 

5.00 2.8e + 02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

D - Analyte was identified at a secondary dilution factor 

N • Spike sample recovery is outside control limits .(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

WSCF2008 l 456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 

07 /17/08 

07 /17/08 

0 7/1 7/08 

0 7/17/08 

07/17/08 

07/17/08 

08/02/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/ 13/08 

08/ 13/08 

08/1 3/08 

08/13/08 

08/ 13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02610 
Client ID: BI W824 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 

N DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 DX 2.26e+04 ug/L 

LA-505-411 DNU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 BD 93.4 ug/L 

LA-505-411 DU < 390 ug/L 

B - The analyte < the RDL but > = the IDL/MDL (inorgl 

D - Analyte was identified at a secondary dilution factor(inorgJ 

U - Analyzed for but not detected above limiting criteria(inorgJ 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5 .00 3.6e+02 

5 .00 2.2e+02 

5.00 25 

5.00 20 

5.00 3.9e +02 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits. linorg) 

X - Other flags /notes described in the comments/narrative(inorg) 

<.n • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

a 
<.n 
00 

Repon WGPP/ver. 5.2 
Groundwater Remediation Program 

WSCF2008 I 456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 
08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 
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I\) 
en 
0 .... 
(II 
00 

WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR026 l 1 
Client ID: BI W826 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .232 mg/L 

Chloride 16887-00-6 LA-533-410 ON 148 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .128 mg/L 

Nitrogen in Ni1rate N03-N LA-533-410 OU < 0 .121 mg/L 

Phosphate (P) by IC P04-P LA-533-410 D 219 mg/L 

Sulfate 14808-79-8 LA-533-410 BO 4 .20 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 DU < 125 ug/L 

Magnesium 7439-95-4 LA-505-411 D 8.92e + 03 ug/L 

Manganese 7439-96-5 LA-505-411 ON 2.38e + 03 ug/L 

Nickel 7440-02-0 LA-505-411 DNU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 BO 4.08e+03 ug/L 

Silver 7440-22-4 LA-505-411 DU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 DX 7.68e +05 ug/L 

Antimony 7440-36-0 LA-505-411 OU < 280 ug/L 

Barium 7440-39-3 LA-505-411 BO 31 .0 ug/L 

Cadmium 7440-43-9 LA-505-411 DNU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 ONU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 OU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 ONU < 45 .0 ug/L 

MDL= Minimum Detection Limit B · The analyte < the AOL but > = the IOL/MDL (inorg) 

RQ=Result Qualifier D · Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U · Analyzed for but not detected above limiting criteria(inorg) 

DF=Dilution Factor 
• - Indicates results that have NOT been validated; + • Indicates more than six qualifier symbols 

Repon WGPP/ver. 5.2 
Groundwater Remediation Program 

Group #: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .23 

10.00 0.47 

10.00 0 .13 

10.00 0 .12 

20.00 1.2 

10.00 1.3 

5.00 2.6e+02 

5.00 1.2e+02 

5.00 2.5e +02 

5.00 20 

5.00 20 

5.00 8.5e +02 

5.00 25 

5.00 2.6e+02 

5.00 2.8e +02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

D - Analyte was identified at a secondary dilution factor 

N • Spike sample recovery is outside control limits. (inorg) 

X · Other flags/notes described in the comments/narrative(inorg) 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

08/02/08 

08/1 3/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13 /08 

08/13/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02611 
Client ID: B1W826 

Test Performed CAS # 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL;:Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 

N DF;: Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 DX 2.37e +04 ug/L 

LA-505-411 DNU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 190 ug/L 

LA-505-41 1 DU < 390 ug /L 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e +02 

5.00 2.2e + 02 

5.00 25 

5.00 20 

5.00 3.9e +02 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

X - Other flags /notes described in the comments/narrative(inorg) 

...... • - Indicates results that have NOT been validated ; + - Indicates more than six qualifier symbols 

0 ..., 
u, 
00 

Repon WGPP!ver. 5.2 
Groundwater Remediation Program 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 
08/13/08 

08/13/08 

08/13/08 

08/ 13/08 

08/13/08 
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I\) 
00 
0 .... 
UI 
00 

WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02612 
Client ID: B 1 W828 TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 OU < 0 .232 mg /L 

Chloride 16887-00-6 LA-533-410 ON 170 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .128 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 OU < 0 .121 mg /L 

Phosphate (P) by IC P04-P LA-533-410 D 72.8 mg/L 

Sulfate 14808-79-8 LA-533-410 BO 3.97 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 BO 472 ug/L 

Magnesium 7439-95-4 LA-505-411 D 4.10e+ 04 ug/L 

Manganese 7439-96-5 LA-505-411 ON 4 .35e+ 03 ug/L 

Nickel 7440-02-0 LA-505-411 ONU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 D 5.59e + 03 ug/L 

Silver 7440-22-4 LA-505-411 OU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 ox 4.20e + 05 ug/L 

Antimony 7440-36-0 LA-505-411 OU < 280 ug/L 

Barium 7440-39-3 LA-505-411 0 280 ug/L 

Cadmium 7440-43-9 LA-505-411 ONU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 DNU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 OU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 OU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DNU < 45.0 ug/L 

MDL=Minimum Detection Limit B · The analyte < the ROL but > = the IOL/MDL (inorg) 

RQ=Result Qualifier 0 · Analyte was identified at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U · Analyzed for but not detected above limiting criteria( inorg) 

DF=Dilution Factor . - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

Repon WGPP/ver. 5. 2 
Groundwater Remediation Program 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .23 

10.00 0 .47 

10.00 0 .13 

10.00 0 .12 

10.00 0 .61 

10.00 1.3 

5.00 2.6e + 02 

5.00 1.2e + 02 

5.00 2.5e+ 02 

5.00 20 

5.00 20 

5.00 8.5e + 02 

5.00 25 

5.00 2.6e + 02 

5.00 2.8e + 02 

5 .00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

0 · Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits :(inorg) 

X · Other flags /notes described in the comments/narrative(inorg) 

WSCF2008 l 456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 

07/1 7/08 

07/17/08 

07/17/08 

07/1 7/08 

07/17/08 

0 7/17/08 

08/02/08 

08/13/08 

08/13/08 

08/13/08 

08/ 13/08 

08/ 13/08 

08/1 3/08 

08/ 13 /08 

08/1 3 /08 

08/13/08 

08/ 13/08 

08/ 13/08 

08/13/08 

08/ 13/08 

08/1 3/08 

08/13/08 

08/13/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02612 
Client ID: B 1 W828 

Test Perfonned CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 DX 2.09e + 05 ug/L 

LA-505-411 DNU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 1.06e + 03 ug/L 

LA-505-411 DU < 390 ug/L 

8 - The analyte < the RDL but > - the IDLIMDL (inorgJ 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorgJ 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3 .6e +02 

5.00 2.2e +02 

5.00 25 

5.D0 20 

5.00 3.9e+02 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorg) 

X - Other flags/notes described in the commentsl narrative(inorg) 

I\) 
(0 

• - Indicates results that have NOT been validated; + • Indicates more than six qualifier symbols a Repon WGPP/ver. 5.2 
CJ1 Groundwater Remediation Program 
00 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 
08/13108 

08113/08 

0811 3/08 

08/13108 

08/13108 
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(..,) 
0 
0 
-ti 

U1 
00 

WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02613 
Client ID: B1W829 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .232 mg /L 

Chloride 16887-00-6 LA-533-4 10 8D 1.23 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .128 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 8D 0 .234 mg/L 

Phosphate {P) by IC P04-P LA-533-410 DU < 0 .606 mg/L 

Sulfate 14808-79-8 LA-533-4 10 BO 8 .25 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd B20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 DU < 125 ug/L 

Magnesium 7439-95-4 LA-505-411 D 4 .23e + 03 ug /L 

Manganese 7439-96-5 LA-505-411 DNU < 20 .0 ug/L 

Nickel 7440-02-0 LA-505-411 DNU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 BO 1.28e + 03 ug /L 

Silver 7440-22-4 LA-505-411 DU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 DX 1.15e+ 04 ug/L 

Antimony 7440-36-0 LA-505-411 OU < 280 ug /L 

Barium 7440-39-3 LA-505-411 8D 22 .0 ug/L 

Cadmium 7440-43-9 LA-505-411 DNU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 DNU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30 .0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60 .0 ug/L 

Zinc 7440-66-6 LA-505-411 DNU < 45 .0 ug/L 

MDL= Minimum Detection Limit 8 - The analyte < the AOL but > ~ the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identi fied at a secondary dilution factor(inorg) 

TP Err=Total Propagated Error U - Anal yzed for but not detected above limiting criteria(inorg ) 

DF=Dilution Factor . · Indicates results that have NOT been validated; + - Indicates more than six qualif ier symbols 

Report WGPP/ver. 5.2 
Groundwater Remediation Program 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0.23 

10.00 0.47 

10.00 0 .13 

10.00 0 .12 

10.00 0 .61 

10.00 1.3 

5.00 2.6e + 02 

5.00 1.2e + 02 

5. 00 2.5e + 02 

5.00 20 

5.00 20 

5.00 8.5e + 02 

5.00 25 

5.00 2.6e + 02 

5.00 2.8e + 02 

5. 00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

D · Analyte was identif ied at a secondary dilution factor 

N • Spike sample recovery is outside control limits .(inorg) 

X - Other flags/notes described in the comments /narrative (inorg) 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 

0 7/ 17/08 

07/1 7/08 

0 7/1 7/08 

0 7/1 7/08 

07/ 17/08 

0 7/ 17/08 

08/02/08 

08 /1 3/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13 /08 

08/13/08 

08/13/08 

08/1 3/08 

08/1 3 /08 

08/1 3/08 

08/13/08 

08/1 3/08 

08/1 3/08 

08/13/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02613 
Client ID: B1W829 

Test Perfonned CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err= Total Propagated Error 

w DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 DX 2.53e+04 ug/L 

LA-505-411 DNU < 225 ug /L 

LA-505-411 DU < 25.0 ug /L 

LA-505-411 D 110 ug/L 

LA-505-411 DU < 390 ug/L 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

D · Analyte was identified at a secondary dilution factor(inorgl 

U · Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3 .6e+02 

5.00 2 .2e + 02 

5.00 25 

5.00 20 

5.00 3.98 +02 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

..a. • - Indicates results that have NOT been validated ; + - Indicates more than six qualifier symbols 

S, Report WGPP/ver. 5.2 
u, Groundwater Remediation Program 
00 

WSCF20081456 
Inorganic 
07/15/08 
07/15/08 

Analysis Date 
08/ 13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081456 
Matrix: WATER 
Test: Anions by Ion Chromatography 

QC 
Type Analyte CAS# 

Lab ID: W08GR02217 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Chloride 

OUP Fluoride 

OUP Nitrogen in Nitrite 

OUP Nitrogen in Nitrate 

OUP Phosphate (P) by IC 

OUP Sulfate 

MS Chloride 

MS Fluoride 

MS Nitrogen in Nitrite 

MS Nitrogen in Nitrate 

MS Phosphate (Pl by IC 

MS Sulfate 

MSO Chloride 

MSO Fluoride 

MSO Nitrogen in Nitrite 

MSO Nitrogen in Nitrate 

MSO Phosphate (Pl by IC 

MSO Sulfate 

SPK-RPO Chloride 

SPK-RPO Fluoride 

SPK-RPO Nitrogen in Nitrite 

SPK-RPO Nitrogen in Nitrate 

SPK-RPO Phosphate (Pl by IC 

SPK-RPO Sulfate 

Report w13gq/rev.4.2 p 

17-aug-2008 13:45:18 

2 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03 -N 

P04-P 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

Lower Upper 
QC Found QC Yield Units Limit Limit 

50.6731 RPO 

<0.232 RPO 

<0.128 RPO 

< 0 .121 RPO 

29.257 RPO 

14.6575 RPO 

0.78806 79.202 % Re cov 80.000 120.000 

0.43155 87.535 % Recov 80.000 120.000 

0.43991 89 .413 % Reco v 80.000 120.000 

0.40652 91 .148 % Recov 80.000 120.000 

0 .90423 94.486 % Recov 80.000 120.000 

1.90509 97.198 % Recov 80.000 120.000 

0 .81203 81 .611 % Recov 80.000 120.000 

0 .43051 87 ,325 % Recov 80.000 120.000 

0.45665 92 .815 % Recov 80.000 120.000 

0.44729 100.289 % Recov 80.000 120.000 

0 .8945 93.469 % Recov 80.000 120.000 

1.90617 97 .254 % Recov 80,000 120.000 

81.611 RPO 

87.325 RPO 

92 .815 RPO 

100.289 RPO 

93.469 RPO 

97.254 RPO 

Department: Inorganic 

Sample Date: 07 /04/08 
Receive Date:07 /07 /08 

RPO Analysis 
RPO(%) Limit RQ Date 

0.969 20.000 07/17/08 

n/a 20.000 u 07/17/08 

n/a 20.000 u 07/17/08 

n/a 20.000 u 07/17/08 

1.620 20.000 07/17/08 

1.625 20.000 07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07117/08 

07/17/08 

07/ 17/08 . 

07/17/08 

07/17/08 

2.996 20.000 07/1 7/08 

0 .240 20.000 07/17/08 

3.734 20.000 07/17/08 

9.550 20.000 07/17/08 

1.082 20.000 07/17/08 

0 .058 20.000 07/ 17/08 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081456 
Matrix: WATER Sample Date: 07/15/08 
Test: Anions by Ion Chromatography Receive Date:07/15/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W08GR02613 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Chloride 16887-00-6 1.299 RPO 5.302 20.000 07/ 17/08 

OUP Fluoride 16984-48-8 < 0.232 RPO n/a 20.000 u 07/17 /08 

OUP Nitrogen in Nitrite N02-N < 0.128 RPO n/a 20.000 u 07/17/08 

OUP Nitrogen in Nitrate N03-N 0 .2255 RPO 3.742 20.000 07/17/08 

OUP Phosphate (Pl by IC P04-P < 0 .606 RPO n/a 20.000 u 07/17/08 

OUP Sulfate 14808-79-8 8.197 RPO 0.629 20.000 07/17/08 

MS Chloride 16887-00-6 0 .95842 96.324 % Recov 80.000 120 .000 07/17/08 

MS Fluoride 16984-48-8 0.43175 87 .576 % Recov 80.000 120.000 07/17/08 

MS Nitrogen in Nit rite N02-N 0 .48678 98.939 % Recov 80.000 120.000 07/17/08 

MS Nitrogen in Nitrate N03-N 0 .44705 100.235 % Recov 80.000 120.000 07/17 /08 

MS Phosphate (Pl by IC P04-P 0 .94204 98.437 % Recov 80.000 120.000 07/17 /08 

MS Sulfate 14808-79-8 1.9301 98.474 % Recov 80.000 120.000 07/17/08 

MSO Chloride 16887-00-6 0 .95561 96.041 % Recov 80.000 120.000 07/ 17/08 

MSO Fluoride 16984-48-8 0.47686 96.726 % Recov 80.000 120.000 07/17/08 

MSO Nitrogen in Nitrite N02-N 0 .48156 97.878 % Recov 80.000 120.000 07/17/08 

MSO Nitrogen in Nitrate N03-N 0 .43933 98 .504 % Recov 80.000 120.000 07/17/08 

MSO Phosphate (P) by IC P04-P 0.94915 99.180 % Recov 80.000 120.000 07/17/08 

MSO Sulfate 14808-79-8 1.96422 100.215 % Recov 80.000 120.000 07/17/08 

SPK-RPO Chloride 16887-00-6 96.041 RPO 0.294 20.000 07/ 17/08 

SPK-RPO Fluoride 16984-48-8 96.726 RPO 9 .929 20.000 07/ 17/08 

SPK-RPO Nitrogen in Nitri te N02-N 97 .878 RPO 1.078 20.000 07/17/08 

SPK-RPO Nitrogen in Nitrate N03-N 98.504 RPO 1.742 20.000 07/ 17/08 

SPK-RPO Phosphate (Pl by IC P04-P 99.180 RPO 0 .752 20.000 07/17/08 

SPK-RPO Sulfate 14808-79-8 100.215 RPO 1.752 20.000 07/ 17/08 

BATCH QC 
BLANK Chloride 16887-00-6 < 4 .69e-2 n/a mg/L 0 .000 0.030 u 07/17/08 

(..,) 
(..,) 

Report w 13gq/rev.4 . 2 3 p 
0 17-aug-2008 13:45:1 8 ..... 
U1 
00 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081456 
Matrix: WATER Sample Date: 
Test: Anions by Ion Chromatography Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
BLANK Chloride 16887-00-6 <4.69e-2 n/a mg/L 0 .000 0 .030 u 07/17/08 

BLANK Chloride 16887-00-6 <4.69e-2 n/a mg/L 0 .000 0 .030 u 07/17/08 

BLANK Fluoride 16984-48-8 <2.32e-2 n/a mg/L 0 .000 0 .030 u 07/17/08 

BLANK Fluoride 16984-48-8 <2.32e-2 n/a mg/L 0 .000 0 .030 u 07/17/08 

BLANK Fluoride 16984-48-8 <2.32e-2 n/a mg/L 0.000 0.030 u 07/17/08 

BLANK Nitrogen in Nitrite N02-N < 1.28e-2 n/a mg/L 0 .000 0 .020 u 07/17/08 

BLANK Nitrogen in Nitrite N02-N < 1.28e-2 n/a mg/L 0 .000 0 .020 u 07 /17/08 

BLANK Nitrogen in Nitrite N02-N < 1.28e-2 n/a mg/L 0 .000 0 .020 u 07/17/08 

BLANK Nitrogen in Nitrate N03-N < 1.21e-2 n/a mg/L 0.000 0.040 u 07/ 17/08 

BLANK Nitrogen in Nitrate N03-N < 1.21e-2 n/a mg/L 0 .000 0.040 u 07/17/08 

BLANK Nitrogen in Nitrate N03-N <1 .21e-2 n/a mg/L 0.000 0 .040 u 07/17108 

BLANK Phosphate (P) by IC P04-P <6.06e-2 n/a mg/L 0 .000 0 .200 u 07/17/08 

BLANK Phosphate (P) by IC P04-P <6.06e-2 n/a mg/L 0 .000 0 .200 u 07/17 /08 

BLANK Phosphate (Pl by IC P04-P < 6.06e-2 n/a mg/L 0 .000 0 .200 u 07/17/08 

BLANK Sulfate 14808-79-8 <0.132 n/a mg/L 0.000 0.200 u 07/17/08 

BLANK Sulfate 14808-79-8 <0.132 n/a mg/L 0 .000 0 .200 u 07 /17/08 

BLANK Sulfate 14808-79-8 <0.132 n/a mg/L 0 .000 0 .200 u 07 /17/08 

LCS Chloride 16887-00-6 193.1032 96 .071 % Recov 80.000 120.000 07/17/08 

LCS Chloride 16887-00-6 192.5769 95.809 % Recov 80.000 120.000 07/17/08 

LCS Fluoride 16984-48-8 105.9738 106.399 % Recov 80.000 120.000 07/17/08 

LCS Fluoride 16984-48-8 106.3091 106.736 % Recov 80.000 120.000 07/17/08 

LCS Nitrogen in Nitrite N02-N 97.7218 98.312 % Recov 80.000 120.000 07/17/08 

LCS Nitrogen in Nitrite N02-N 97. 7523 98.342 % Recov 80.000 120.000 07117/08 

LCS Nitrogen in Nitrate N03-N 90.3196 100.244 % Recov 80.000 120.000 07/17/08 

LCS Nitrogen in Nitrate N03-N 90.3588 100.287 % Recov 80.000 120.000 07/17 /08 

LCS Phosphate (P) by IC P04-P 187.8721 97.142 % Recov 80.000 120.000 07/17/08 

LCS Phosphate (Pl by IC P04-P 190.4586 98.479 % Recov 80.000 120.000 07/17/08 

LCS Sulfate 14808-79-8 386.984 97.723 % Recov 80.000 120.000 07/17/08 

LCS Sulfate 14808-79-8 387.634 97.887 % Recov 80.000 120.000 07/17/08 

w :. Report wl 3gq/rev.4.2 p 4 
0 17-aug-2008 13:45:18 

""" UI 
00 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081456 
Matrix: WATER Sample Date: 07/14/08 
Test: Anions by Ion Chromatography Receive Date:07/14/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W08GR02541 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Chloride 16887-00-6 17.5493 RPO 0 .299 20.000 07/17/08 

OUP Fluoride 16984-48-8 < 0 .232 RPO n/a 20.000 u 07/17/08 

OUP Nitrogen in Nitrite N02-N < 0 .128 RPO n/a 20.000 u 07/17/08 

DUP Nitrogen in Nitrate N03-N < 0 .121 RPO n/a 20.000 u 07/17/08 

OUP Phosphate (Pl by IC P0 4-P 10.8057 RPO 0 .305 20.000 07/17/08 

DUP Sulfate 14808-79-8 26.6773 RPO 2.810 20.000 07/ 17/08 

MS Chloride 16887-00-6 0 .99204 99 .703 % Recov 80.000 120 .000 07/17108 

MS Fluoride 16984-48-8 0 .4734 96.024 % Recov 80.000 120.000 07/17/08 

MS Nitrogen in Nitrite N02-N 0 .51203 104.071 % Recov 80.000 120.000 07/ 17/08 

MS Nitrogen in Nitrate N03-N 0 .44706 100.238 % Recov 80.000 120.000 07/17/08 

MS Phosphate (Pl by IC P04-P 1.02898 107.521 % Recov 80.000 120.000 07/17108 

MS Sulfate 14808-79-8 1.93416 98.682 % Recov 80.000 120.000 07/17/08 

MSO Chloride 16887-00-6 0 .99036 99 .534 % Recov 80.000 120.000 07/17/08 

MSO Fluoride 16984-48-8 0 .45621 92.538 % Recov 80.000 120.000 07/17/08 

MSO Nitrogen in Nitrite N02-N 0 .49658 100.931 % Recov 80.000 120.000 07/17/08 

MSO Nitrogen in Nitrate N03-N 0 .45431 101 .863 % Recov 80.000 120.000 07/17/08 

MSO Phosphate (Pl by IC P04-P 0.99168 103.624 % Rec011 80.000 120.000 07/17/08 

MSO Sulfate 14808-79-8 2.02666 103.401 % Recov 80.000 120.000 07/17/08 

SPK-RPD Chloride 16887-00-6 99.534 RPO 0 .170 20.000 07/17/08 

SPK-RPD Fluoride 16984-48-8 92.538 RPO 3.697 20.000 07/17/08 

SPK-RPD Nitrogen in Nitrite N02-N 100.931 RPO 3.063 20.000 07/17/08 

SPK-RPO Nitrogen in Nitrate N03-N 101.863 RPO 1.608 20.000 07/ 17/08 

SPK-RPO Phosphate (Pl by IC P04-P 103.624 RPO 3.691 20.000 07/17/08 

SPK-RPO Sulfate 14808-79-8 103.401 RPO 4 .670 20.000 07/17/08 

Lab ID: W08GR02610 
BATCH QC ASSOCIATED WITH SAMPLE 

c..> 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081456 
Matrix: WATER Sample Date: 07/15/08 
Test: Anions by Ion Chromatography Receive Date:07/15/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
OUP Chloride 16887-00-6 2.3467 RPO 0.826 20.000 07/17/08 

OUP Fluoride 16984-48-8 <0.232 RPO n/a 20.000 u 07/17/08 

OUP Nitrogen in Nitrite N02-N < 0 .128 RPO n/a 20.000 u 07/17/08 

OUP Nitrogen in Nitrate N03-N 0 .1666 RPO 11 .354 20.000 07/17/08 

OUP Phosphate (Pl by IC P04-P 1.9504 RPO 25 .382 20.000 • 07/17/08 

DUP Sulfate 14808-79-8 7.2531 RPO 4 .153 20.000 07/17/08 

MS Chloride 16887-00-6 0 .95462 95.942 % Recov 80.000 120.000 07/17/08 

MS Fluoride 16984-48-8 0 .44565 90.396 % Recov 80.000 120.000 07/17/08 

MS Nitrogen in Nitrite N02-N 0.47139 95 .81 t % Recov 80.000 120.000 07/17/08 

MS Nitrogen in Nitrate N03-N 0 .46533 104.334 % Recov 80.000 120.000 07/17/08 

MS Phosphate W) by IC P04-P 0 .87997 91.951 % Recov 80.000 120.000 07/17/08 

MS Sulfate 14808-79-8 1.8891 96.383 % Recov 80.000 120.000 07/17/08 

MSO Chloride 16887-00-6 0 .93708 94. 179 % Recov 80.000 120.000 07/17/08 

MSO Fluoride 16984-48-8 0.4705 95.436 % Recov 80.000 120.000 07/17/08 

MSO Nitrogen in Nitrite N02-N 0 .49203 100.006 % Recov 80.000 120.000 07/17/08 

MSO Nitrogen in Nitrate N03-N 0.45912 102.942 % Recov 80.000 120.000 07/17/08 

MSO Phosphate (P) by IC P04-P 0.8755 91 .484 % Recov 80.000 120.000 07/17/08 

MSO Sulfate 14808-79-8 1.95842 99.919 % Recov 80.000 120.000 07/17/08 

SPK-RPO Chloride 16887-00-6 94.179 RPO 1.855 20.000 07117/08 

SPK-RPO Fluoride 16984-48-8 95.436 RPO 5.424 20.000 07/17/08 

SPK-RPO Nitrogen in Nitrite N02-N 100.006 RPO 4.285 20.000 07/17/08 

SPK-RPO Nitrogen in Nitrate N03-N 102.942 RPO 1.343 20.000 07/17/08 

SPK-RPO Phosphate (PJ by IC P04-P 91.484 RPO 0 .509 20.000 07/17/08 

SPK-RPO Sulfate 14808-79-8 99.919 RPO 3 .603 20.000 07/17/08 

BATCH QC 
BLANK Chloride 16887-00-6 <4.69e-2 n/a mg/L 0.000 0.030 u 07/17/08 

BLANK Chloride 16887-00-6 <4.69e-2 n/a mg/l 0.000 0.030 u 07/17/08 

BLANK Chloride 16887-00-6 < 4.69e-2 n/a mg/L 0 .000 0 .030 u 07/17/08 

BLANK Fluoride 16984-48-8 <2.32e-2 n/a mg/L 0 .000 0 .030 u 07/17/08 

(.,.) 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081456 
Matrix: WATER 
Test: Anions by Ion Chromatography 

QC 
Type Analyte 
BLANK Fluoride 

BLANK Fluoride 

BLANK Nitrogen in Nitrite 

BLANK Nitrogen in Nitrite 

BLANK Nitrogen in Nitrite 

BLANK Nitrogen in Nitrate 

BLANK Nitrogen in Nitrate 

BLANK Nitrogen in Nitrate 

BLANK Phosphate (P) by IC 

BLANK Phosphate (P) by IC 

BLANK Phosphate (P) by IC 

BLANK Sulfate 

BLANK Sulfate 

BLANK Sulfate 

LCS Chloride 

LCS Chloride 

LCS Fluoride 

LCS Fluoride 

LCS Nitrogen in Nitrite 

LCS Nitrogen in Nitrite 

LCS Nitrogen in Nitrate 

LCS Nitrogen in Nitrate 

LCS Phosphate (P) by IC 

LCS Phosphate (Pl by IC 

LCS Sulfate 

LCS Sulfate 

Report wl 3gq/rev.4.2 p 
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CAS# 
16984-48-8 

16984-48-8 

N02-N 

N02-N 

N02-N 

N03-N 

N03-N 

N03-N 

P04-P 

P04-P 

P04-P 

14808-79-8 

14808-79-8 

14808-79-8 

16887-00-6 

16887-00-6 

16984-48-8 

16984-48-8 

N02-N 

N02-N 

N03-N 

N03-N 

P04-P 

P04-P 

14808-79-8 

14808-79-8 

QC Found 
< 2.32e-2 

< 2.32e-2 

< 1.28e-2 

< 1.2Be-2 

< 1.28e-2 

<1 .21e-2 

<1.21e-2 

<1.21e-2 

<6.06e-2 

< 6 .06e-2 

<6.06e-2 

<0.132 

<0.132 

<0.132 

196.2366 

195.1193 

102.1829 

97.1963 

97.3754 

100.6696 

93.0123 

90.4186 

184.1008 

187.1373 

383 .7137 

389 .2514 

Lower Upper 
QC Yield Units Limit Limit 

n/a mg/L 0 .000 0 .030 

n/a mg/L 0 .000 0 .030 

n/a mg/L 0.000 0 .020 

n/a mg/L 0.000 0 .020 

n/a mg/L 0 .000 0.020 

n/a mg/L 0 .000 0.040 

n/a mg/L 0 .000 0.040 

n/a mg/L 0 .000 0 .040 

n/a mg/L 0 .000 0 .200 

n/a mg/L 0 .000 0.200 

n/a mg/L 0 .000 0 .200 

n/a mg/L 0 .000 0 .200 

n/a mg/L 0 .000 0 .200 

n/a mg/L 0 .000 0 .200 

97.630 % Recov 80.000 120.000 

97.074 % Recov 80.000 120.000 

102.593 % Recov 80.000 120.000 

97 .587 % Recov 80.000 120.000 

97.963 % Recov 80.000 120.000 

101 .277 % Recov 80.000 120.000 

103.232 % Recov 80.000 120.000 

100.354 % Recov 80.000 120.000 

95.192 % Recov 80.000 120.000 

96.762 % Recov 80.000 120.000 

96.897 % Recov 80.000 120.000 

98.296 % Recov 80.000 120.000 

Department: Inorganic 

Sample Date: 
Receive Date: 

RPO Analysis 
RPO(%) Limit RQ Date 

u 07/17/08 

u 07/17/08 

u 07/17/08 

u 07/17/08 

u 07/17/08 

u 07/17/08 

u 07/ 17/08 

u 07/17/08 

u 07/17/08 

u 07/17/08 

u 07/17/08 

u 07/17/08 

u 07/17/08 

u 07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/ 17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 

07/17/08 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081456 
Matrix: WATER Sample Date: 07/13/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:07/14/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W08GR02558 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Silver 7440-22-4 5860 117.200 % Recov 75.000 125.000 08/13/08 

MS Aluminum 7429-90-5 5750 115.000 % Recov 75.000 125.000 08/13/08 

MS Arsenic 7440-38-2 6070 121.400 % Recov 75.000 125.000 08/13/08 

MS Barium 7440-39-3 2862 114.480 % Recov 75.000 125.000 08/13/08 

MS Calcium 7440-70-2 3490 69.800 % Re cov 75 .000 125.000 08/13/08 

MS Cadmium 7440-43-9 6262 125.240 % Recov 75 .000 125.000 08/ 13/08 

MS Cobalt 7440-48-4 6452 129.040 % Recov 75.000 125.000 08/ 13/08 

MS Chromium 7440-47-3 6199 123.980 % Recov 75.000 125 .000 08/13/08 

MS Copper 7440-50-8 5890 117.800 % Recov 75.000 125.000 08/13/08 

MS Iron 7439-89-6 6144 122.880 % Recov 75.000 125.000 08/ 13/08 

MS Potassium 7440-09-7 59583 119.166 % Recov 75.000 125.000 08/13 /08 

MS Magnesium 7439-95-4 5401 108.020 % Recov 75.000 125.000 08/13/08 

MS Manganese 7439-96-5 6263 125.260 % Recov 75 .000 125.000 08/ 13/08 

MS Molybdenum 7439-98-7 5317 106.340 % Recov 70.000 130.000 08/13/08 

MS Sodium 7440-23-5 2730 54.600 % Recov 75 .000 125.000 08/13/08 

MS Nickel 7440-02-0 6365 127.300 % Recov 75.000 125.000 08/ 13/08 

MS Lead 7439-92-1 6620 132.400 % Recov 75.000 125.000 08/13/08 

MS Antimony 7440-36-0 5247 104.940 % Recov 75.000 125.000 08/13/08 

MS Strontium 7440-24-6 2904.2 116.168 % Recov 75.000 125.000 08/ 13/08 

MS Vanadium 7440-62-2 6030 120.600 % Recov 75.000 125.000 08/13/08 

MS Zinc 7440-66-6 6297 125.940 % Recov 75.000 125.000 08/ 13/08 

MSD Silver 7440-22-4 4920 98.400 % Recov 75 .000 125.000 08/13/08 

MSD Aluminum 7429-90-5 4728 94 .560 % Recov 75.000 125.000 08/13/08 

MSD Arsenic 7440-38-2 5170 103.400 % Recov 75.000 125.000 08/13/08 

MSD Barium 7440-39-3 2362 94.480 % Recov 75.000 125.000 08/ 13/08 

MSD Calcium 7440-70-2 -1550 -31 .000 % Recov 75.000 125.000 08/ 13/08 

w 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081456 
Matrix: WATER Sample Date: 07/13/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:07/14/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
MSO Cadmium 7440-43-9 5191 103.820 % Recov 75.000 125.000 08/ 13/08 

MSO Cobalt 7440-48-4 5231 104.620 % Recov 75 .000 125.000 08/13/08 

MSO Chromium 7440-47-3 4979 99.580 % Recov 75.000 125.000 08/13/08 

MSO Copper 7440-50-8 4880 97 .600 % Recov 75.000 125.000 08/1 3/08 

MSO Iron 7439-89-6 5079 101 .580 % Recov 75.000 125.000 08/1 3/08 

MSO Potassium 7440-09-7 50493 100.986 % Recov 75 .000 125.000 08/13/08 

MSO Magnesium 7439-95-4 3820 76.400 % Recov 75 .000 125.000 08/13/08 

MSO Manganese 7439-96-5 5033 100.660 % Recov 75.000 125.000 08/13/08 

MSO Molybdenum 7439-98-7 5118 102.360 % Recov 75.000 125.000 08/1 3/08 

MSO Sodium 7440-23-5 2730 54.600 % Recov 75.000 125.000 08/ 13/08 

MSO Nickel 7440-02-0 5171 103.420 % Recov 75.000 125.000 08/ 13/08 

MSO Lead 7439-92-1 5450 109.000 % Recov 75.000 125.000 08/1 3/08 

MSO Antimony 7440-36-0 5120 102.400 % Recov 75.000 125.000 08/13/08 

MSO Strontium 7440-24-6 2404.2 96. 168 % Recov 75 .000 125.000 08/ 13/08 

MSO Vanadium 7440-62-2 4950 99.000 % Recov 75 .000 125 .000 08/13/08 

MSO Zinc 7440-66-6 5115 102.300 % Recov 75.000 125.000 08/13/08 

SPK-RPO Silver 7440-22-4 98.400 RPO 17.440 20.000 08/13/08 

SPK-RPO Aluminum 7429-90-5 94.560 RPO 19.508 20.000 08/13/08 

SPK-RPO Arsenic 7440-38-2 103.400 RPO 16.014 20.000 08/13/08 

SPK-RPO Barium 7440-39-3 94 .480 RPO 19.142 20.000 08/13/08 

SPK-RPD Calcium 7440-70-2 -31 .000 RPO 519.588 20.000 • 08/ 13/08 

SPK-RPO Cadmium 7440-43-9 103.820 RPO 18.703 20.000 08/13/08 

SPK-RPO Cobalt 7440-48-4 104.620 RPO 20.902 20.000 • 08/13/08 

SPK-RPO Chromium 7440-47-3 99.580 RPO 21 .829 20.000 • 08/13/08 

SPK-RPO Copper 7440-50-8 97.600 RPO 18.756 20.000 08/13/08 

SPK-RPO Iron 7439-89-6 101 .580 RPO 18.979 20.000 08/ 13/08 

SPK-RPO Potassium 7440-09-7 100.986 RPO 16.516 20.000 08/13/08 

SPK-RPO Magnesium 7439-95-4 76.400 RPO 34 .291 20.000 • 08/13/08 

SPK-RPO Manganese 7439-96-5 100.660 RPO 21 .778 20.000 • 08/ 13/08 

SPK-RPO Molybdenum 7439-98-7 102.360 RPO 3 .814 20000 08/13/08 

c.,.) 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081456 
Matrix: WATER Sample Date: 07/13/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:07 / 14/08 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
SPK-RPO Sodium 7440-23-5 54.600 RPO 0 .000 20.000 08/13/08 

SPK-APO Nickel 7440-02-0 103.420 RPO 20.700 20.000 • 08/13/08 

SPK-APO Lead 7439-92-1 109.000 RPO 19.387 20.000 08/13/08 

SPK-APO Antimony 7440-36-0 102.400 APO 2.450 20.000 08/13/08 

SPK-RPO Strontium 7440-24-6 96.168 APO 18.838 20.000 08/13/08 

SPK-RPO Vanadium 7440-62-2 99.000 APO 19.672 20.000 08/13/08 

SPK-APO Zinc 7440-66-6 102.300 RPO 20.715 20.000 • 08/13/08 

BATCH QC 
BLANK Silver 7440-22-4 < 5 n/a ug/L u 08/13/08 
BLANK Aluminum 7429-90-5 <52 n/a ug/L u 08/13/08 

BLANK Arsenic 7440-38-2 < 78 n/a ug/L u 08/13/08 
BLANK Barium 7440-39-3 < 4 n/a ug/L u 08/ 13/08 
BLANK Calcium 7440-70-2 <73 n/a ug/L u 08/ 13/08 
BLANK Cadmium 7440-43-9 < 4 n/a ug/L u 08/13/08 
BLANK Cobalt 7440-48-4 <4 n/a ug/L u 08/13/08 
BLANK Chromium 7440-47-3 < 13 n/a ug/L u 08/13/08 
BLANK Copper 7440-50-8 < 6 n/a ug /L u 08/13/08 
BLANK Iron 7439-89-6 <25 n/a ug /L u 08/ 13/08 
BLANK Potassium 7440-09-7 < 170 n/a ug/L u 08/13/08 
BLANK Magnesium 7439-95-4 < 50 n/a ug/L u 08/13/08 
BLANK Manganese 7439-96-5 < 4 n/a ug/L u 08/13/08 
BLANK Molybdenum 7439-98-7 <5 n/a ug/L u 08/13/08 
BLANK Sodium 7440-23-5 < 51 n/a ug/L u 08/13/08 
BLANK Nickel 7440-02-0 < 4 n/a ug/L u 08/13/08 
BLANK Lead 7439-92-1 < 45 n/a ug/L u 08/13/08 
BLANK Antimony 7440-36-0 <56 n/a ug/L u 08/13/08 
BLANK Strontium 7440-24-6 < 4 n/a ug /L u 08/13/08 
BLANK Vanadium 7440-62-2 < 12 n/a ug/L u 08/13/08 
BLANK Zinc 7440-66-6 11 11 .000 ug/L 08/13/08 

~ 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081456 
Matrix: WATER 
Test: ICP Metals Analysis, Grd H20 P 

QC 
Type Analyte 
LCS Silver 

LCS Aluminum 

LCS Arsenic 

LCS Barium 

LCS Calcium 

LCS Cadmium 

LCS Cobalt 

LCS Chromium 

LCS Copper 

LCS Iron 

LCS Potassium 

LCS Magnesium 

LCS Manganese 

LCS Molybdenum 

LCS Sodium 

LCS Nickel 

LCS Lead 

LCS Antimony 

LCS Strontium 

LCS Vanadium 

LCS Zinc 
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CAS# 
7440-22-4 

7429-90-5 

7440-38-2 

7440-39-3 

7440-70-2 

7440-43-9 

7440-48-4 

7440-47-3 

7440-50-8 

7439-89-6 

7440-09-7 

7439.95.4 

7439-96-5 

7439-98-7 

7440-23-5 

7440-02-0 

7439-92-1 

7440-36-0 

7440-24-6 

7440-62-2 

7440-66-6 

11 

Lower Upper 
QC Found QC Yield Units Limit Limit 
995 99.500 % Recov 80.000 120.000 

986.4 98.640 % Recov 80.000 120.000 

1050 105.000 % Recov 80.000 120.000 

486 97 .200 % Recov 80.000 120.000 

1076 107.600 % Recov 80.000 120.000 

1069 106.900 % Recov 80.000 120.000 

1093 109.300 % Recov 80.000 120.000 

1050 105.000 % Recov 80.000 120.000 

1020 102.000 % Recov 80.000 120.000 

1025 102.500 % Recov 80.000 120.000 

10260 102.600 % Recov 80.000 120.000 

991 .4 99.140 % Recov 80.000 120.000 

1050 105.000 % Recov 80.000 120.000 

1069 106.900 % Recov 80.000 120.000 

1034 103.400 % Recov 80.000 120.000 

1077 107.700 % Recov 80.000 120.000 

1140 114.000 % Recov 80.000 120.000 

1073 107.300 % Recov 80.000 120.000 

496 99.200 % Recov 80.000 120.000 

1010 101 .000 % Recov 80.000 120.000 

1059 105.900 % Recov 80.000 120.000 

Department: Inorganic 

Sample Date: 
Receive Date: 

RPD Analysis 
RPD(%) Limit RQ Date 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 



WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Sample # Client ID 

Steve Trent 
F06-027 

Lab Area 

VALGROUP 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

VAL TEST - Test Validation 
LOGTEST - Login for Tests 

This report may not be reproduced, except in its entirety wi thout the written approval of the WSCF Laboratory . 

wgppc/5.2 Report#: WSCF20081456 Report Date: l 7-aug -2008 

Group#: WSCF20081456 
Department: Inorganic 

Comment 

IC Anion - Sample dup RPO low for phosphate in sample 

W08GR02610; Analyte concentration below calibration 

range . DTS 

W08GR016 12/2575 alpha results biased high due to spill-over 

from the beta channel. 

ICP-AES: Sodium, Calcium sample concentrations > 4X 

spike amounts; Recovery data invalid; X flags 

Manganese. Nickel, Cadmium , Cobalt, Zinc and Le ad have 

high bias on matrix spike; matrix spike duplicates OK. 

N flagged 

B flags where <5X MDL (i .e . <POL) 

Zr not in LCS 

TESTDA TA - Test Data Entry 

Page 2 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02605 
Client ID: B 1 W817 TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit 
Gross Alpha/Gross Beta (AB32) 
Gross alpha 12587-46-1 LA-508-415 u -15.0 pCi/L 

Gross beta 12587-47-2 LA-508-415 110 pCi/L 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 

8 · The analyte < the ROL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

+- 15.0 

+-27 .5 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 30 

pCi/L 1.00 32 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

~ DF= Dilution Factor w 
0 ..., 
U1 
00 

• - Indicates results that have NOT been validated; 

Report WGPP!ver. 5.2 
Groundwater Remediation Program 

+ - Indicates more than six qualifier symbols 

WSCF20081456 
Radiochemistry 
07/15/08 
07/15/08 

Analysis Date 

07/23/08 

07/23/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02606 
Client ID: B1W818 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Gross Alpha/Gross Beta (AB32) 
Gross alpha 12587-46-1 LA-508-415 u -1.30 pCi/L 

Gross beta 12587-47-2 LA-508-415 70.0 pCi/L 

MDL=Minimwn Detection Limit 
RQ = Result Qualifier 

8 - The analyte < the AOL but > = the IDL/MDL (inorg) 

TP Err=Total Propagated Error 
~ DF=Dilution Factor 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - An alyzed for but not detected above limiting criter ia(inorg) 

~ 

0 
-ti 

CJ1 
00 

• - Indicates results that have NOT been val idated; 

Repon WGPP!ver. 5.2 
Groundwater Remediation Program 

+ - Indicates more than six qualif ier symbols 

TP Err 

+- 13.0 

+ -23 .1 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 27 

pCi/L 1.00 31 

D - Analyte w as identified at a secondary dilution factor 

N - Spike sample reco very is outside control limits. (inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

WSCF20081456 
Radiochemistry 
07/15/08 
07/15/08 

Analysis Date 

07/23/08 

07/23/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02607 
Client ID: B1W819 TRENT Matrix: 

WSCF 
Test Performed CAS # Method RQ 
Gross Alpha/Gross Beta (AB32) 
Gross alpha 

Gross beta 

12587-46-1 LA-508-415 U 

12587-47-2 LA-508-415 

Result Unit 

5.10 pCi/L 

720 pCi/L 

MDL = Minimum Detection Limit 
RQ=Result Qualifier 

B - The analyte < the AOL but > c the IDL/MDL (inorg) 

TP Err=Total Propagated Error 
.i:a. DF=Dilution Factor 
(II 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

a 
(II 
00 

• - Indicates results that have NOT been validated; 

Report WGPP/ver. 5.2 
Groundwater Remediation Program 

+ - Indicates more than six qualifier symbols 

TP Err 

+- 14.4 

+-86.4 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi /L 1.00 26 

pCi /L 1.00 31 

D • Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

WSCF20081456 
Radiochemistry 
07/15/08 
07/15/08 

Analysis Date 

07/23/08 

07/23/08 

Page 4 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02608 
Client ID: Bl W820 TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit 
Gross Alpha/Gross Beta (AB32) 
Gross alpha 12587-46-1 LA-508-415 u 2.10 pCi/L 

Gross beta 12587-47-2 LA-508-415 810 pCi/L 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 

B - The analyte < the RDL but > = the IDL/MDL (inorgl 

TP Err=Total Propagated Error 
.C:. DF=Dilution Factor en 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorgl 

0 
'""' U'I 
CX) 

• · Indicates results that have NOT been validated ; 

Report WGPP!ver. 5.2 
Groundwater Remediation Program 

+ - Indicates more than six qualifier symbols 

TP Err 

+ -4 .83 

+ -81 .0 

WATER 

Unit 

pCi/L 

pCi/L 

DF 

1.00 

1.00 

MDL 

8 .6 

9 .3 

Group#: WSCF20081456 
Department: Radiochemistry 
Sampled: 07/15/08 
Received: 07 /15/08 

PQL Analysis Date 

07/23/08 

07/23/08 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorgl 

X - Other flags/notes described in the comments/narrative(inorg) 

Page 5 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02609 
Client ID: Bl W823 TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit 
Gross Alpha/Gross Beta (AB32) 
Gross alpha 12587-46-1 LA-508-415 u -1.60 pCi/L 

Gross beta 12587-47-2 LA-508-415 1.50e+03 pCi/L 

MDL=Minimum Detection Limit 
RQ = Result Qualifier 

B • The analyte < the RDL but > = the IDL/MDL (inorg) 

TP Err=Total Propagated Error 
.,::.. DF=Dilution Factor 

D · Analyte was identified at a secondary dilution f actor(inorg) 

U · Analyzed for but not detected above limiting criteria(inorg) 

...... 
0 ..... 
OI 
00 

• · Indicates results that have NOT been validated; 

Report WGPP!ver. 5.2 
Groundwater Remediation Program 

+ - Indicates more than six qualifier symbols 

TP Err 

+-8 .16 

+-150 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 16 

pCi/L 1.00 16 

D · Analyte was identified at a secondary dilution factor 

N • Spike sample recovery is outside control limits.(inorg) 

X • Other flags/notes described in the comments/narrative(inorg) 

WSCF20081456 
Radiochemistry 
07/15/08 
07/15/08 

Analysis Date 

07/23/08 

07/23/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02610 
Client ID: B 1 W824 TRENT Matrix: 

WSCF 
Test Perfonned CAS # Method RQ Result Unit 
Gross Alpha/Gross Beta (AB32) 
Gross alpha 12587-46-1 LA-508-415 4.40 pCi/L 

Gross beta 12587-47-2 LA-508-415 1.40e +03 pCi/L 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

D • Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

TP Err 

+-2.68 

+ -140 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 3.7 

pCi/L 1.00 5.6 

D - Analyte was identified at a secondary dilution factor 

N • Spike sample recovery is outside control limits .(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

~ DF = Dilution Factor 
00 
0 ..., 
CJ1 
00 

• · Indicates results that have NOT been validated; 

Report WGPP/ver. 5.2 
Groundwater Remediation Program 

+ · Indicates more than six quali fier symbols 

WSCF20081456 
Radiochemistry 
07/15/08 
07/15/08 

Analysis Date 

07/23/08 

07/23/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02611 
Client ID: Bl W826 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Gro~ Alpha/Gr~ Beta (AB32) 
Gross alpha 12587-46-1 LA-508-415 u 1.10 pCi/L 

Gross beta 12587-47-2 LA-508-415 1.50e+03 pCi/L 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

TP Err=Total Propagated Error 
.i. DF= Dilution Factor 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

co 
a 
U1 
00 

• - Indicates results that have NOT been validated ; 

Report WGPP/ver. 5.2 
Groundwater Remediation Program 

+ - Indicates more than six Qualifier symbols 

TP Err 

+ -6.05 

+ -150 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 11 

pCi/L 1.00 13 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

WSCF20081456 
Radiochemistry 
07/15/08 
07/15/08 

Analysis Date 

07/23/08 

07/23/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02612 
Client ID: B 1 W828 TRENT 

WSCF 
Test Perfonned CAS # Method 
Gross Alpha/Gross Beta (AB32) 
Gross alpha 

Gross beta 

12587-46-1 LA-508-415 

12587-47-2 LA-508-415 

RQ 

Matrix: WATER 

Unit Result Unit TP Err 

200 pCi/L +-28.0 pCi/L 

5.10e+04 pCi/L +-5. lOe + 03 pCi/L 

Group#: 
Department: 
Sampled: 
Received: 

DF MDL PQL 

1.00 10 

1.00 9.6 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 

B - The analyte < the AOL but > = the IDL/MDL (inorgl D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorgl 

TP Err=Total Propagated Error 
01 DF=Dilution Factor 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) X - Other flags/notes described in the comments/narrative(inorgl 

0 
0 .... 
01 
0) 

• - Indicates results that have NOT been validated; 

Report WGPP/ver. 5.2 
Groundwater Remediation Program 

+ - Indicates more than six qualifier symbols 

WSCF20081456 
Radiochemistry 
07/15/08 
07/15/08 

Analysis Date 

07/23/08 

07/23/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02613 
Client ID: Bl W829 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Gross Alpha/Gross Beta (AB32) 
Gross alpha 12587-46-1 LA-508-415 8 .10 pCi/L 

Gross beta 12587-47-2 LA-508-415 2.90e + 03 pCi/L 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 

<.n DF=Dilution Factor ..... 

B - The analyte < the RDL but > ~ the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

• - Indicates results that have NOT been validated; a Repon WGPP/ver. 5.2 
+ - Indicates more than six qualifier symbols 

<.n Groundwater Remediation Program 
00 

TP Err 

+ -3.24 

+ -290 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

pCi/L 1.00 3.7 

pCi/L 1.00 5.6 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits. (inorg) 

X - Other flags/notes described in the comments /narrative(inorg) 

WSCF20081456 
Radiochemistry 
07/15/08 
07/15/08 

Analysis Date 

07/23/08 

07/23/08 

Page JO 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Radiochemistry 

SDG Number: WSCF20081456 
Matrix: WATER Sample Date: 07/15/08 
Test: Gross Alpha/Gross Beta (AB32) Receive Date:07 /15/08 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W08GR02605 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Gross alpha 12587-46-1 U-9.4 RPD n/a 20.000 07/ 23/08 

DUP Gross beta 12587-47-2 122 RPD 11 .255 20.000 0 7/23/08 

BATCH QC 
BLANK Gross alpha 12587-46-1 U9 .0E-03 n/a pCi/L -10.000 10.000 07/23/08 

BLANK Gross beta 12587-47-2 U9.6E -01 n/a pCi/L -10.000 10.000 07/23/08 

LCS Gross alpha 12587-46-1 165 106.486 % Recov 80.000 120.000 07/23/08 

LCS Gross beta 12587-47-2 507 113.006 % Recov 80.000 120.000 07/23/08 

Report w 13gq/rev.4 .2 p 1 

17-aug-2008 13:45:1 8 



WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Sample # Client ID 

Steve Trent 
F06-027 

Lab Area 

VALG ROUP 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

VAL TEST - Test Validation 
LOGIEST - Login for Tests 

01 
(.J 

This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory. 

a 
01 
00 

wgppc/5 .2 Report# : WSCF20081456 Report Date: 17-aug-2008 

Group#: 
Department: 

Comment 

IC Anion - Sample dup RPO low for phosphate in sample 

W08GR0261 O; Analyte concentration below calibration 

range. DTS 

WSCF20081456 
Radiochemistry 

W08GR01612/2575 alpha results biased high due to spill -over 

from the beta channel. 

ICP-AES: Sodium, Calcium sample concentrations > 4X 

spike amounts; Recovery data invalid; X flags 

Manganese, Nickel, Cadmium, Cobalt , Zinc and Lead have 

high bias on matrix spike; matrix spike duplicates OK. 

N flagged 

8 flags where < 5X MDL (i.e. <POL) 

Zr not in LCS 

TESTDATA - Test Data Entry 

Page 
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Waste Sampling and Characterization Facility 
P.O. BOX 1970 S3-30, Richland, WA 99352 

PHONE: (509) 373-7004/FAX: (509) 373-7134 

ACKNOWLEDGMENT OF SAMPLES RECEIVED 

Groundwater Remediation Program 

Richland, WA 99354 
Attn : Steve Trent 

Customer Code: GPP 
PO#: 122561/ES20 

Group#: 20081456 
Project#: F06-027 
Proj Mgr: Steve Trent E6-35 

Phone: 373-5869 

The following samples were received from you on 07/15/08. They have been 
scheduled for the tests listed beside each sample. If this information 
is incorrect, please contact your service representative. Thank you for 
using Waste Sampling and Characterization Facility. 

Sample# Sample Id Matrix 

W08GR02605 B1W817 

W08GR02606 BlW818 

W08GR02607 BlW819 

W08GR02608 BlW820 

W08GR02609 BlW823 

W08GR02610 BlW824 

W08GR02611 BlW826 

W08GR02612 BlW828 

W08GR02613 BlW829 

Test Acronym 

@AB-32 
@GPP6010 
@IC-30 

Tests Scheduled 

TRENT Water 
@AB-32 ©GPP6010 @IC-30 

TRENT Water 
@AB-32 @GPP6010 @IC-30 

TRENT Water 
@AB-32 @GPP6010 @IC-30 

TRENT Water 
@AB-32 @GPP6010 @IC-30 

TRENT Water 
@AB-32 @GPP6010 @IC-30 

TRENT Water 
@AB-32 @GPP6010 @IC-30 

TRENT Water 
@AB-32 @GPP6010 @IC-30 

TRENT Water 
@AB-32 @GPP6010 @IC - 30 

TRENT Water 
@AB-32 @GPP6010 @IC-30 

Test Acronym Description 

Description 

Gross Alpha/Gross Beta (AB32) 
ICP Metals Analysis, Grd H20 P 
Anions by Ion Chromatography 

- 1 -

Sample 
Date 

07/15/0! 

07/15/0! 

07/15/0 1 

07/15/01 

07 /15/01 

07 /15/0! 

07 /15/01 

07 /15/0! 

07 /15/01 
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COLLECTOR 

_ _ ___ ___ l\, L_; (bfo 
1 SAHPUNG LOCATION 
1 
. 100-NR-2 Inj.#2-Post-lnjection Samples/Day 17 

\\ v- \\ \:.if~cOMPANY ·coNTACT . - : TELEPHONE NO. : PROJECT COORDiNATOR 

; FABRE, RJ 1 373-2774 I TRENT, SJ I 

- i i>-R-OJECT DESIGNATION - - - - ·- .1-_ -- - - - - - i siF No-:- - · -- - · · 7 AIR QUALITY 

i 100-N Apatite Barrier Performance Monitoring I F06-027 ! 

PftICECODE 7G 

• 
DATA 

TURNAROUND 

15 Days/ 30 
DilYS 

·- .. --- . 
; ICE CHEST NO. t"FIELD LOGBOOK HO. -- - -! ACTUAL SAMPLE DEPTH ' COA ! METHOD OF SHIPMENT 

' I I I 
I HNF-N-585-11 ! , 122561ES20 i GOVERNMENT VEHICLE 

L- - -- - - · - ___ j_ _____ . - ·-- -- - _ _ _ j______ . _ __j__ __ -- •. - - - - -- -- -- ------ - -

• Bill OF LADING/AIR Bill NO. , SHIPPED TO : OFFSITE PROPERTY NO. 

! Waste Sampling & Characterization i 

i MATR!X* ·; -~~~B~~~AM;LEH~,\R~;, RE~AR~ i__ · - ;;·;SER~~~~~ - - - IHNOJ topH- ;ttN03topH-- !Cool,:4C · 1
1 

- • ,: - ·-- ~- - --- • - -T---,,-- -
A Al I I !<2 <2 · i~: ! :~;~~~~:~~~~~~~~~::::l:ns :- - - ~~EOF-C~~~AIN~;· ·--!P-- --[P --·· . ~- --: ---~--~----1----- -+- 1

~- -----l--- J_·f--·· -~ 

if L, : ~~::=·: i~::,;;;;----"" ( ;.;: ~ '°_~;;.~"';,_J~~~-t: J__ -, -- _: ---~-- ~ -~~ --1-~~ -1 ~ -_-- : 
; T•Ti= i VOLUME 11()(",()ml /250ml f120ml : j 1 · , Cf: I . 

I ~E5- ,--;;,.c..,_~-;.~;_:;;~,;,..,o....,; t -··;;.14PLE~NALY;;.- :=:::---b"'"'" ::~,.,,-;- ·- --. I--· fi1

1

-- - ~;:_ - - - ,

1

, . rt,_ -·-
1 

j . j I ;lNSTIIUCTIONS 1lNSTllUCTIONS 
I ! / : i I 

; ! f;(ftJ''-✓-- I I I ; ' ·--·--·' 2 ~~LR- ------ - -~ - ---· -r·------ i j : J ' 
~ -- ___ SA~_PL~ NO. _ - - ; - ·· - - ~TR~~ _ -- .L SAM~LE D~_T~ ~~~-~~E r- -- ~-- :~ -;: >:.;~.-:,~:: ,:~r;1) .· ~ h ,-~ -_:~. ·_ ~-- ::; :'~ t;;,~.:/1: :;, +· -.... / ,_· - -'---·-'J.J_.· ~ --'--------.-...=.""---'-"'+"-.....,~ 

~1W81~~-oio~2wJ:--AT_E~ --- -- --- .:.J -. Ly-~~ _!L2S_+-_)( _j _ _ ~--~-~ - ~--· --t--- r- ·-- - --J. - - ~ -- _ __l_ ____ ..__ __ ; 
~~W81~~~-~fIA)~j~~~E~-- -- - -- -·--· · ~- -·· ___ i _LC~J._ __ ~ _l_ _><-. __ ~_ ,,<" __ ;_ __ j _ _ _ l ___ __ ; -- --- - _ ___ l_·-··-+---·' -. ~:~:::~-l -~:~::------ ---t- -- 11 - /_J rtf +- ~-+---1--J_ ~---~- -- ·-:-··--:----~ ------·- ---+-: _____ __! (L'; ·-- . ·-· . -- ~ --. -- ··- .. --· ···- ·-· --;--· - ··. - ~ 1 .. -- ~ . -- ·- ---,- -- -+- - - - ~-- - - - +--· - --1-- --- j - - - -- - - ·- - ::7-- - -- - - __ __, 

:cHAIN oi POssissioN· -- ·· --·· - ·· ---- ·-- ·· _!_ ·sIGNt PrurciNiMEs··--- -· ----- ~ · ·- i sPEcmiiimurnciNs - - -- - -- : ___ __ i _ ·- ··· j 

r - - . - i··- . --.. -··· --- -----~---- -- .--=-- - - - --,-- .. ----- -- - - - ... - - -i ·· ___ ; (l)ICP Metals - 6010B (TAL)· ICP Metals - 6010B (Add-On) {A~c Lead 
I REllNQUISHE~ B /REMOVED""'°" r' '!I' 1TIME ~; f. :'C'° l!~ili- DATE/ E : M I bd . St•-" } ' , , if') . · fjj ' · JJ,i..{, 7 "),, ~ \ 7:> •. ; i , J /J S _{.;. . o Y en)lm, vuuum 
~{,,y- ~ "' L - -- -·--- : !..____ _ __ c. ~- : -. -- - · . ~ - ~ - - ~ _13_<ri (2)IC Anions - 300.0 {Chloride, Fluoride, Nitrogen in Nitrate, Nitrogen in Nitrite, 
j RELINQUISHED /REMOVED FROM DATE/TIME ' RECEIVED BY/STORED I DATE ME . Phosphorus in phosphate, Sulfate} 

: miNQUISHEDIYiRoiovio- FROM- - - - - ·-DATE/TIME__ _ RECEIVED BY/STORED IN ----- ·· ·- - .. - -- DATE/TIME _ __ (j_""', C OU LU fv c:r SftM fl[ Due 10 1 N'S t c.. 1:r..ur.J 
r RELINQUISHED BY/REMOVED FROM - ·- ·- - DATE/TIME -- --· RECEIVED IY /STORED .IN - . - .. - . . -- DATE/TIME _ J ...,... P. 
i - /V ,2.0G~C ;7S 
I 

·- - - ·--·- -
1 RELINQUISHED IY /REMOVED F!IOM DATE/TIME RECEIVED IIY /STORED IN DATE/TIME 

I 
t- - ·· - - -··· .. ----- - -- - -- - - -···- - - - ---- - -- --- --- - - - -- . 
: RELINQUISHED BY/REMOVED FROM DATE/TIME RECEIVED IIY/STORED IN DATE/TIME 

'··· - - -· --- . ·· ·- . --- . ·-- · --
' RELINQUISHED IY/REMOVED FROM 
! 

DATE/TIME RECEIVED IIY /STORED IN DATE/TIME 

I LABORATORY RECEIVED IIY TITLE DATE/TIME 

L ___ !:~O~ _ j__ . - -- - - -- -- - - ·- - - ---·- ·- - ·- ~ I FINAL SAMPLE ' DISPOSAl Ml!THOD 
: DISPOSITION 

DISPOSED IIY DATE/TIME 

A-6003-618(01/06) 



COLLECTOR 
1 ~ LJC(n r- -'- ,, - __ )!__ 
· SAMPUNG LOCATION 

: COMPANY CONTACT 

! FABRE, RJ 

I PROJECT DESIGNATION 

-- - ~ TELEPHONE NO. 
I 

1 373-2774 

: PROJECT COORDINATOR 

j TRENT, SJ 
·-- '·- --· 

I ___, 

PRICE CODE 

AIR QUALITY 

7G 

• 
OATA 

TURNAROUND 

15 Days/ JO 
Days 

100-NR-2 lnJ.#2-Post-lnjection Samples/Day 17 - - ·- -·· ·- ··- · -·· 

\ SAFNO. 
· F06-027 \ 100-N Apatite Barrier Performance Monitoring L-=. --· ___ _ __ 

11 FIELD LOGBOOK NO. ACTUAL SAMPLE DEPTH ; COA . . I METHOD OF SHIPMENT . 
I I ' 

i HNF-N-585-11 1 
j 122561ES20 1 GOVERNMENT VEHICLE 

'---· . - - - · ·- ·--- · ---!---- ·- -· ·-- ·- -- ---- · -- L. - - - . - -- -· - +-· -- - -·----- --- ---· . .. 
. SHIPPED TO I OFFSITE PROPERTY NO. i BILL OF LADING/ AIR BILL NO. 

Waste Sampling &. Olaracterizatlon · : 
~ --·· -· .. - -·- -- -- - ·- -· __ __ L - - -·-··- ·-··- -- ,-··- ·-r.;;;; - - -··--·- .1 · · - ··- ·· - ----· . - · ·- - - r- -i--- -1- - , 

MATRIX· ! POSSIBLE SAMPLE HAZARDS/ REMARKS j PRESERVATION ·~~03 
to pH ,'~~

03 
to pH iCool--lC ; j I I; I : 

; ~~~:m ; ~~~:~::ay~~~::~::~;~~~entrattons ~ -- -- - --· -~p- - --- ~ _ --1p -~ --~ ------4-·--- r- -- - -·· -· r- ----~ - -~ 
; OSsDNm · transportation per 49 CFR / IATA Dangerous I TYPE OF CONTAlNER I / , . ' I 
/ SOiids ; Goods Regulations but are not releasable per f ! L __ _ __ , ____ I i -l L 
, L=l.iquld , DOE Order 5400.S (1990/1993) J1 1 1i -- ! I -'---·-· .·, - --· - ,, .. - -r_ 
I Q20il NO. OF CONTAINER(S) . I • I 

:~Wl:tWi~: r ---V~LU~E ----t-b,~ L t ' j __ - -:=----_-1_·--_·_--_-_ ;·1--e-: i ' r-,-_t-
1 x~o~ ! SPE~~LHA;;.:zNGAND/ORSTORAGE-7 ---~~;~LEANA~~;i~-- !==: ·1~g.~1u> 1

N l~i;'.!"''2>1
ri ~ / 1

1
._ .: i · 

; ! !'NSTRU1.o10Ns I rNmucnoNs, , I , , 
! I 

I 
I ! i : . ! . 

SAMPLE NO. ---- -- - ---MATRIX" -----tsAM-PLEDATl:··,,-SAMPll!TIME i \/ ;;,l_:::r.::: ,-:~:'.:L:"~ iTL-,, I . ' .,!;,~~- ... !'· t--,.,,...,.-.-r.,-.,-.+--,-,,;~.,---, 

I'// ~,iriieu jV.WFER ·· - -- - - - -:/ -,-~ -- ~ - -- --;- -- ::+- "_:: :q•, -::-+~-~ - ---- -···-~--,·· ·,,:!t~'.;~
4p ~:~~,:' ·_.,,· __ . 1 . . 
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