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To: Michael Neely 
CH2M-HILL PRC 

Date: December 20, 2008 

PO Box 1600 
Richland , WA 99352 

From: WSCF Laboratory 

WSCF Analytical Chemistry 

CC: !IE~~~!~~ 

Subject: 

Reference: 
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FINAL RESULT FOR SAMPLE DELIVERY GROUP WSCF80001 
/ 
rou-oz1 

(1 ) MOA-FH-CHPRC-2008 

(2) HNF-SD-CD-QAPP-017, Rev 9, Waste Sampling & Characterization Facility Quality Assurance Plan 

This letter contains the following information for sample delivery group WCSF80001 

* Cover Sheet (Attachment 1) 

* Narrative (Attachment 2) 

* Analytical Results (Attachment 3) 

* Sample Receipt Information (Attachment 4) 

Electronically signed by Scot Fitzgerald 
For Lab Manager 
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WSCF SAF Number Cross Reference 

Group# WSCF80001 
Data Deliverable Date 08/14/08 

SAF# Sample ID Sample# 

F06-027 B1WM07 80001001 

F06-027 B1WM08 80001002 

F06-027 B1WM09 80001003 

F06-027 81WM10 80001004 

F06-027 B1WM11 80001005 

F06-027 B1WM12 80001006 

F06-027 B1WM13 80001007 

F06-027 B1WM14 80001008 

F06-027 B1WM15 80001009 

F06-027 B1VVM16 80001010 

F06-027 B1WM17 80001011 

F06-027 B1WM18 80001012 

F06-027 B1VVM19 80001013 
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Matrix Sampled 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07/29/08 

WATER 07129108 

Received 

07/30/08 

07/30/08 

07/30/08 

07/30/08 

07/30/08 

07/30/08 

07/30/08 

07/30/08 

07/30/08 

07/30/08 

07/30/08 

07/30/08 

07/30/08 
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Narrative-------------------------------

Attachment 2 
Narrative 

WSCF80001 

Introduction 

Thirteen ( 13) S&GRP samples were received at the WSCF Laboratory on July 30, 2008. Samples 
were analyzed for the analytes indicated on the attached copy of the chain of custody (COC) form 
in accordance with the Memorandum ofAgreement (lvfOA-FH-CHPRC-2008. Rev. 0), referenced 
in the cover letter. 

The narrative (Attachment 2) will address sample characteristics. analyses requested nnd general 
information in performance of the analytical methods. A Data Summary Report (Attachment 3) 
includes analytical results. a commenl report detailing method abnormalities, tentatively 
identified peaks if applicable, method references, and Laboratory QC information as applicable . 
Copies or the chain or custody and sample receipt documentation arc included as Attachment 4 . 

h should be noted that the attached chain of custody was stamped "ICED" by the \VSCF 
Laborato ry Sample Custodian during sample receiv ing, indicating the presence or ice in the chest 
containing the samples. 

Analytical Methodology for Requested Analyses 

Refer to WSCF Merhod References Reporr for a complete listing of approved analytical methods. 

Ino1·ganic Comments 

Anions - The agreed to 2X hold time requirement for thls analysis was not met. Refer to e-mail 
direction provided by the client on extending the hold time requirement to 2X. A Duplicate, 
Matrix Spike, Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with 
this delivery group . 

December 20, 2008 01 :12:55 

• 2 X holding Limes were missed on samples Bl WMl2, BIWM13, BIWM14, BIWM15, 
BIWM16 and BIWMl7. 

• Duplicate, Matrix Spike and Matrix Spike Duplicate for QC Batch 3 I 03 analyzed on 
customer sample# BI WM:?. I (Work Order (WO) 80000, SAF# F06-027). 

• Duplicate, Matrix Spike and Matrix Spike Duplicate for QC Batch 3107 analyzed on 
customer sample# B 1 WM22 (WO 80000, SAF# F06-027 ). 

• LCS for Chloride slightly below acceptance limit for QC Batch 3101 , samples 
B1WM07, BlWM08, Bl WM09, BIWMl0 and BIWMl 1. No flags were applied. 

• Nitrate-N Sample Duplicate Relative Percent Difference (RPD) for QC Batch 3103 and 
QC Batch 3107 were outside acceptance limit, however the analyte concentration is 
below the Practical Quantitation Limit (PQL) therefore QC limits do not apply. 

• Chloride and Phosphate Matrix Spike recoveries outside acceptable limits for samples 
Bl WM 16. BI WMl 7, Bl WM! 8 and BI WM19, resulting in application of "N" flags . 
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Narrative------------------------------

All other QC controls were within established limits. 

Attachment 2 
'.'l'arrative 

WSCF80001 

ICP-AES Metals - The hold time requirements for this analysis were met . A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery 
group. 

• Spike data for samples BI WM07 and Bl WM08 are associated with sample# BI WP43, 
SAF# F06-027 (Multi LIMS sample# W08GR03366, SDG# 20081756) . 

TEST QC Type Analyte CAS# 
@GPP60IO MS Aluminum by ICP 7429-90-5 
@GPP6010 MS Antimony by JCP 7440-36-0 
@GPP6010 MS Arsenic by ICP 7440-38-2 
(.iKiPP6010 MS Bariwn by JCP 7440-39-3 
@GPP6010 MS Cadmium by ICP 7440-43-9 
@GPP6010 MS Calcium by ICP 7440-70-2 
@GPP6010 MS Chromium by ICP 7440-47-3 
@GPP6010 MS Cobalt by TCP 7440-48-4 
@:G PP60 IO MS Copper by ICP 7440-50-8 
(g1CiPP6010 MS Iron by ICP 7439-89-6 
@XJPP6010 MS Lead by ICP 7439-92-1 
@GPP6010 MS Magnesium by l CP 7439-95-4 
@GPP6010 MS Manganese by lCP 7439-96-5 
@GPP6010 MS Molybdenum by ICP 7439-98-7 
@GPP6010 MS Nickel by lCP 7440-02-0 
(aiGPP6010 MS Potassium by ICP 7440-09-7 
@G PP6010 MS Silver by ICP 7440-22-4 
@lGPP6010 MS Sodium by I CP 7440-23-5 
@.G PP60 IO MS Strontium by TCP 7440-24-6 
(~;GPP6010 MS Vanadium by ICP 7440-62-2 
@GPP6010 MS Zinc by TCP 7440-66-6 
(q).GPP6010 MSD Aluminum by ICP 7429-90-5 
@GPP60JO MSD Antimony by ICP 7440-36-0 
(q'lGPP6010 MSD Arsenic by ICP 7440-38-2 
@GPP6010 MSD Barium by ICP 7440-39-3 
@.GPP60IO MSD Cadmium by ICP 7440-43-9 
@_'!(} PP60 I O MSD Calcium by I CP 7440-70-2 
@G PP60 IO MSD Chromium by lCP 7440-47-3 
@'iGPP6010 MSD Cobalt by ICP 7440-48-4 
@GPP6010 MSD Copper by JCP 7440-50-8 
(~'G PP60 IO MSD Iron by ICP 7439-89-6 
Cc?GPP6010 MSD Lead by TCP 7439-92-1 
@·GPP60!0 MSD Magnesium by I CP 7439-95-4 

2 
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Narrative--------------------------------

Attachment 2 
Narrative 

WSCF80001 

@X3PP6010 MSD Manganese by ICP 7439-96-5 99.l 75 125 
@JGPP6010 MSD Molybdenum by ICP 7439-98-7 96.56 75 125 
@,'GPP6010 MSD Nickel by JCP 7440-02-0 97.8 75 125 
@)G PP6010 MSD Potassium by lCP 7440-09-7 94.344 75 125 
@G PP60 IO MSD Silver by JCP 7440-22-4 93.6 75 125 
@G PP6010 MSD Sodium by I CP 7440-23-5 980 75 125 
@;(3PP6010 MSD Strontium by J CP 7440-24-6 92 .82 75 125 
(j_lG PP60 IO MSD Vanadium by ICP 7440-62-2 96.2 75 125 
(£_fG PP6010 MSD Zinc by JCP 7440-66-6 98 .7 75 125 
@'.GPP6010 SPK-RPD Aluminum by ICP 7429-90-5 1.212 0 20 
(<'.?(3 PP6010 SPK-RPD Antimony by lCP 7440-36-0 2.841 0 20 
@G PP6010 SPK-RPD Arsenic by I CP 7440-38-2 4.615 0 20 
@,GPP6010 SPK-RPD Barium by ICP 7440-39-3 0.837 0 20 
(f(GPP60 lO SPK-RPD Cadmium by ICP 7440-43-9 1.402 0 20 
~1G PP6010 SPK-RPD Calcium by lCP 7440- 70-2 2.651 0 20 
@GPP6010 SPK-RPD Chromium by ICP 7440-47-3 2.204 0 20 
@GPP60 IO SPK-RPD Cobalt by ICP 7440-48-4 2.075 0 20 
@GPP6010 SPK-RPD Copper by !CP 7440-50-8 1.07 0 20 
(f(G PP6010 SPK-RPD Iron by lCP 7439-89-6 0.444 0 20 
@GPP6010 SPK-RPD Lead by ICP 7439-92-1 1.753 0 20 
@GPP60IO SPK-RPD Magnesium by J CP 7439-95-4 0.487 0 20 
@XJ PP60!0 SPK-RPD Manganese by lCP 7439-96-5 1.004 0 20 
@1.G PP6010 SPK-RPD Molybdenum by ICP 7439-98- 7 0.928 0 20 
@GPP6010 SPK-RPD Nickel by ICP 7440-02-0 1.22 0 20 
@GPPGOlO SPK-RPD Potassium by ICP 7440-09-7 1.973 0 20 
@lGPP6010 SPK-RPD Silver by ICP 7440-22-4 0.639 0 20 
@XJ PP6010 SPK-RPD Sodium by ICP 7440-23-5 9.524 0 20 
(~ilGPP6010 SPK-RPD Strontium by ICP 7440-24-6 0 .944 0 20 
(£!'GPP6010 SPK-RPD Vanadium by JCP 7440-62-2 1.24 0 20 
(q'GPP6010 SPK-RPD Zinc by lCP 7440-66-6 1.608 0 20 

• Sodium and Calcium samp le results exceed spiking level by a factor> 4 times , 
invalidating Matrix Spike and Matrix Spike Duplicate recoveries. 

• Silver and Iron blank values exceeded the respective MDLs, resulting in "C" 11ags if 
applicable. 

• High standards were used to ensure analytical linearity for high Calcium and Sodium 
results. 

All other QC controls are within the established limits. 
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Narrative-------------------------------

Attachment 2 
Narrative 

WSCF80001 

I certify that this data package is in compliance with the MOA, both technically and for 
completeness, for other than the conditions detailed above. Release of the data contained in this 
hard copy data package has been authorized by the Laboratory Analytical Manager and Client 
Serv ices as verified by the following signatures. 

Scot L. Fitzgerald 
WSCF Analytical Laboratory Manager 
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John E. Trechtcr 
WSCF Client Services 

3004.1. 1064.3 
Report ID: 60001 

Group # WSCF60001 



December 20, 2008 01 :12:55 

ATTACHMENT 3 

ANALYTICAL RESULTS 

Consisting of 45 pages 
Including cover page 
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WSCFANALYTICAL RESULTS REPORT 

Contract# 
Group# 
Report Date 

MOA-FH-CHPRC-2008 

WSCF80001 

December 20, 2008 

Analytical: Electronically signed by Scot Fitzgerald 

Client Services: Electronically signed by John Trechter 

For 

Groundwater Remediation Program 

PO Box 1600 
Richland, WA 99352 

Attention: Michael Neely 

All radiochemistry results are reported on an "as received" basis. 

This information is intended for the use of the addressee only. If the reader of this report is not the intended recipient or is not authorized by the recipient to receive the report , you are hereby notified 
that any dissemination, distribution or copying of th is report is strictly prohibited. If you have received this report in error, please notify WSCF Laboratory immediately by telephone at (509) 373-7020 or 
(509) 531 -8004. Information designation ·of this report is the responsibility of the customer. 
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Batch QC List 

Attention Michael Neely 
Group# WSCF80001 

Department Inorganic Project Number F06-027 

QC Batch Analytical S# Type Sample# Client Sample# Original Test 
Batch 

3101 3101 1 BLANK 1020 ICB Anions by Ion Chromatography (Water) 

3101 3101 2 LCS 1022 LCS Anions by Ion Chromatography (Water) 

3101 3101 4 SAMPLE 80001005 81WM11 Anions by Ion Chromatography (Water) 

3101 3101 5 DUP 1023 81WM11(80001005DUP) 80001005 Anions by Ion Chromatography (Water) 

3101 3101 6 MS 1024 B 1 WM 11(80001005MS) 80001005 Anions by Ion Chromatography (Water) 

3101 3101 7 MSD 1025 B1WM11(80001005MSD) 80001005 Anions by Ion Chromatography (Water) 

3101 3101 8 SAMPLE 80001001 81WM07 Anions by Ion Chromatography (Water) 

3101 3101 9 SAMPLE 80001001 B1WM07 Anions by Ion Chromatography (Water) 

3101 3101 10 SAMPLE 80001002 81WM08 Anions by Ion Chromatography (Water) 

3101 3101 11 SAMPLE 80001004 81WM10 Anions by Ion Chromatography (Water) 

3101 3101 12 SAMPLE 80001003 81WM09 Anions by Ion Chromatography (Water) 

3101 3101 13 BLANK 1026 CCB Anions by Ion Chromatography (Water) 

3101 3101 16 SAMPLE 80001002 81WM08 Anions by Ion Chromatography (Water) 

3101 3101 17 SAMPLE 80001003 81WM09 Anions by Ion Chromatography (Water) 

3103 3103 1 BLANK 1036 ICB Anions by Ion Chromatography (Water) 

3103 3103 5 LCS 1038 LCS Anions by Ion Chromatography (Water) 

3103 3103 6 SAMPLE 80001010 81WM16 Anions by Ion Chromatography (Water) 

3103 3103 7 SAMPLE 80001010 81WM16 Anions by Ion Chromatography (Water) 

3103 3103 8 DUP 1039 81WM21(80000002DUP) 80000002 Anions by Ion Chromatography (Water) 

3103 3103 9 DUP 1039 81WM21(80000002DUP) 80000002 Anions by Ion Chromatography (Water) 

3103 3103 10 MS 1040 B 1 WM21 (80000002MS) 80000002 Anions by Ion Chromatography (Water) 

3103 3103 11 MS 1040 81WM21 (80000002MS) 80000002 Anions by Ion Chromatography (Water) 

3103 3103 12 MSD 1041 81 WM21 (80000002MSD) 80000002 Anions by Ion Chromatography (Water) 
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Batch QC List 

Attention Michael Neely 
Group# WSCF80001 

Department Inorganic Project Number F06-027 

QC Batch Analytical S# Type Sample# Client Sample# Original Test 
Batch 

3103 3103 13 MSD 1041 B1WM21(80000002MSD) 80000002 Anions by Ion Chromatography (Water) 

3103 3103 14 SAMPLE 80001011 B1WM17 Anions by Ion Chromatography (Water) 

3103 3103 15 SAMPLE 80001011 B1WM17 Anions by Ion Chromatography (Water) 

3103 3103 16 SAMPLE 80001012 B1WM18 Anions by Ion Chromatography (Water) 

3103 3103 17 SAMPLE 80001013 B1WM19 Anions by Ion Chromatography (Water) 

3103 3103 18 BLANK 1042 CCB Anions by Ion Chromatography (Water) 

3103 3103 20 SAMPLE 80001012 B1WM18 Anions by Ion Chromatography (Water) 

3103 3103 21 SAMPLE 80001013 B1WM19 Anions by Ion Chromatography (Water) 

3107 3107 2 BLANK 1084 ICB Anions by Ion Chromatography (Water) 

3107 3107 9 DUP 1071 B 1WM22(80000003DUP) 80000003 Anions by Ion Chromatography (Water) 

3107 3107 10 MS 1072 B 1 WM22(80000003MS) 80000003 Anions by Ion Chromatography (Water) 

3107 3107 11 MSD 1073 B 1 WM22(80000003MSD) 80000003 Anions by Ion Chromatography (Water) 

3107 3107 12 SAMPLE 80001006 B1WM12 Anions by Ion Chromatography (Water) 

3107 3107 14 SAMPLE 80001006 B1WM12 Anions by Ion Chromatography (Water) 

3107 3107 15 SAMPLE 80001007 B1WM13 Anions by Ion Chromatography (Water) 

3107 3107 17 SAMPLE 80001007 B1WM13 Anions by Ion Chromatography (Water) 

3107 3107 18 SAMPLE 80001008 B1WM14 Anions by Ion Chromatography (Water) 

3107 3107 19 SAMPLE 80001008 B1WM14 Anions by Ion Chromatography (Water) 

3107 3107 20 SAMPLE 80001009 B1WM15 Anions by Ion Chromatography (Water) 

3107 3107 21 SAMPLE 80001009 B1WM15 Anions by Ion Chromatography (Water) 

3107 3107 22 BLANK 1074 CCB Anions by Ion Chromatography (Water) 

3200 3205 10 SAMPLE 80001001 B1WM07 ICP-6010 -All possible metals 

3200 3205 11 SAMPLE 80001002 B1WM08 ICP-6010 -All possible metals 
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Batch QC List 

Attention Michael Neely 
Department Inorganic 

QC Batch Analytical S# Type 
Batch 

3200 3205 14 BLANK 

3200 3205 15 LCS 

3202 3205 1 BLANK 

3202 3205 2 LCS 

3202 3205 16 SAMPLE 

3202 3205 17 MS 

3202 3205 18 MSD 

3202 3205 19 SAMPLE 

3202 3205 20 SAMPLE 

3202 3205 21 SAMPLE 

3202 3205 22 SAMPLE 

3202 3205 23 SAMPLE 

3202 3205 24 SAMPLE 

3202 3205 25 SAMPLE 

3202 3205 26 SAMPLE 

3202 3205 27 SAMPLE 

3202 3205 30 SAMPLE 

December 20, 2008 01 :12:56 

Sample# Client Sample# 

1087 BLANK 

1088 LCS 

1091 BLANK 

1092 LCS 

80001003 B1WM09 

1093 MS 

1094 MSD 

80001004 B1WM10 

80001005 B1WM11 

80001006 B1WM12 

80001007 B1WM13 

80001008 B1WM14 

80001009 B1WM15 

80001010 B1WM16 

80001011 B1WM17 

80001012 B1WM18 

80001013 B1WM19 

Page 13 of 59 

Group# WSCF80001 

Project Number F06-027 

Original Test 

ICP-6010 -All possible metals 

ICP-6010 - All possible metals 

ICP-6010 - All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

80001003 ICP-6010 -All possible metals 

80001003 ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 

ICP-6010 -All possible metals 
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Method Reference 

Attention 
Department 

Michael Neely 
Inorganic 

Group# WSCF80001 

Project Number F06-027 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method. 

LA-505-411 

LA-533-410 

Elemental Analysis by ICP Atomic Emission Spectroscopy (ICP-AES) 
EPA SW-846 601 DC Inductively Coupled Plasma-Atomic Emmision Spectrometry 
HEIS 6010_METALS_ICP Inductively Coupled Plasma-Atomic Emmision Spectrometry 
Anion Analysis by Ion Chromatography 

EPA-600/R-94-111 300.0 
HEIS 300.0_ANIONS_IC 

Determination of Inorganic Anions by Ion Chromatography 
Determination of Inorganic Anions by Ion Chromatography 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.r1 .gov/rapidweb/AS-DOL/index.cfm 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

Sample# 80001001 Matrix WATER 

SAF# F0G-027 Sampled 07/29/08 

Sample ID B1WM07 Received 07/30/08 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I Anions by IC 07/31/08 
Anions by IC 

Chloride 16887-00-6 LA-533-410 D 354 ug/ml 51 2 20 07/31/08 

Fluoride 16984-48-8 LA-533-410 UD <0.2 ug/ml 10 0.2 2.0 07/31/08 

Nitrate-N N03-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 07/31/08 

Nitrite-N N02-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 07/31/08 

Phosphate-P PO4-P LA-533-410 D 136 ug/ml 10 0.6 4.0 07/31/08 

Sulfate 14808-79-8 LA-533-410 BO 2.69 ug/ml 10 1 10 07/31/08 

I ICP Prep 08/19/08 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 UD <300 ug/L 5 300 1300 08/20/08 

Antimony 7440-36-0 LA-505-411 UD <300 ug/L 5 300 1400 08/20/08 

Arsenic 7440-38-2 LA-505-411 UD <400 ug/L 5 400 2000 08/20/08 

Barium 7440-39-3 LA-505-411 BO 78.0 ug/L 5 20 100 08/20/08 

Cadmium 7440-43-9 LA-505-411 UD <20 ug/L 5 20 100 08/20/08 

Calcium 7440-70-2 LA-505-411 D 1.08E5 ug/L 5 400 1800 08/20/08 

Chromium 7440-47-3 LA-505-411 UD <60 ug/L 5 60 100 08/20/08 

Cobalt 7440-48-4 LA-505-411 UD <20 ug/L 5 20 120 08/20/08 

Copper 7440-50-8 LA-505-411 UD <30 ug/L 5 30 150 08/20/08 

MDL= Minimum Detection B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) M - Duplicate precision criteria not met. 

RO = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) U -Analyzed for but not detected above limiting criteria . 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. X,Y or Z - See comment detail and/or narrative. 

OF = Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 
SAF# 
Sample ID 

80001001 

F06-027 

B1WM07 

Test Performed 

Iron 

Lead 

Magnesium 

Manganese 

Molybdenum 

Nickel 

Potassium 

Silver 

Sodium 

Strontium 

Vanadium 

Zinc 

CAS# 

7439-89-6 

7439-92-1 

7439-95-4 

7439-96-5 

7439-98-7 

7440-02-0 

7440-09-7 

7440-22-4 

7440-23-5 

7440-24-6 

7440-62-2 

7440-66-6 

Method RQ Result 

LA-505-411 UD <100 

LA-505-411 UD <200 

LA-505-411 D 8800 

LA-505-411 UD <20 

LA-505-411 UD <20 

LA-505-411 UD <30 

LA-505-411 D 17200 

LA-505-411 BO 25.0 

LA-505-411 D 1.42E6 

LA-505-411 D 2860 

LA-505-411 UD <60 

LA-505-411 UD <40 

MDL = Minimum Detection 
RO = Result Qualifier 

B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

TP Err= Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 
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C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported al a secondary dillution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF80001 

Project Number F06-027 

Matrix 
Sampled 
Received 

DF 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

100 

200 

200 

20 

20 

30 

800 

20 

300 

20 

60 

40 

PQL 

620 

1100 

1200 

100 

120 

150 

4200 

120 

1300 

100 

300 

220 

M - Duplicate precision criteria not met. 
U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
Report ID: 80001 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

Sample# 80001002 Matrix WATER 
SAF# F06-027 Sampled 07/29/08 
Sample ID 81 WM08 Received 07 /30/08 

Test Performed CAS# Method RQ Result TP Err Units OF MDL PQL Analyzed 

I Anions by IC 07/31/08 
Anions by IC 

Chloride 16887-00-6 LA-533-410 D 402 ug/ml 20 0.9 8.0 07/31/08 
Fluoride 16984-48-8 LA-533-410 UD <0.5 ug/ml 20 0.5 4.0 07/31/08 
Nitrate-N NO3-N LA-533-410 UD <0.2 ug/ml 20 0.2 2.0 07/31/08 
Nitrite-N NO2-N LA-533-410 UD <0.3 ug/ml 20 0.3 2.0 07/31/08 
Phosphate-P PO4-P LA-533-410 D 703 ug/ml 101 6 40 07/31/08 
Sulfate 14808-79-8 LA-533-410 UD <3 ug/ml 20 3 20 07/31/08 

I ICP Prep 08/19/08 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 UD <300 ug/L 5 300 1300 08/20/08 
Antimony 7440-36-0 LA-505-411 UD <300 ug/L 5 300 1400 08/20/08 
Arsenic 7440-38-2 LA-505-411 UD <400 ug/L 5 400 2000 08/20/08 
Barium 7440-39-3 LA-505-411 UD <20 ug/L 5 20 100 08/20/08 

Cadmium 7440-43-9 LA-505-411 UD <20 ug/L 5 20 100 08/20/08 
Calcium 7440-70-2 LA-505-411 D 22500 ug/L 5 400 1800 08/20/08 

Chromium 7440-47-3 LA-505-411 UD <60 ug/L 5 60 100 08/20/08 

Cobalt 7440-48-4 LA-505-411 UD <20 ug/L 5 20 120 08/20/08 
Copper 7440-50-8 LA-505-411 UD <30 ug/L 5 30 150 08/20/08 

MDL= Minimum Detection B - Analyte < the RDL but>= the IDL/MDL. (Inorganic) M - Duplicate precision criteria not met. 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) U - Analyzed for but not detected above limiting criteria. 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. X,Y or Z - See comment detail and/or narrative. 

OF = Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001002 

SAF# F06-027 

Sample ID 81WM08 

Test Performed CAS# Method RQ Result 

Iron 7439-89-6 LA-505-411 BO 143 

Lead 7439-92-1 LA-505-411 UD <200 

Magnesium 7439-95-4 LA-505-411 D 5070 

Manganese 7439-96-5 LA-505-411 UD <20 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Nickel 7440-02-0 LA-505-411 UD <30 

Potassium 7440-09-7 LA-505-411 D 13800 

Silver 7440-22-4 LA-505-411 UD <20 

Sodium 7440-23-5 LA-505-411 D 2.54E6 

Strontium 7440-24-6 LA-505-411 D 625 

Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 UD <40 

MDL = Minimum Detection 
RQ = Result Qualifier 

B -Analyte < the RDL but >= the IDUMDL. (Inorganic) 

TP Err = Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 :12:57 

C - Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 
E - Ana lyte is an estimate, see comment section . 

N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

Matrix WATER 

Sampled 07/29/08 

Received 07/30/08 

TP Err Units OF MDL PQL 

ug/L 5 100 620 

ug/L 5 200 1100 

ug/L 5 200 1200 

ug/L 5 20 100 

ug/L 5 20 120 

ug/L 5 30 150 

ug/L 5 800 4200 

ug/L 5 20 120 

ug/L 5 300 1300 

ug/L 5 20 100 

ug/L 5 60 300 

ug/L 5 40 220 

M - Duplicate precision criteria not met. 

U - Analyzed for but not detected above limiting criteria. 
X, Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004 .1.1084.3 

Report ID: 80001 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001003 

SAF# F06-027 

Sample ID B 1 WM09 

Test Performed CAS# Method RQ Result 

I Anions by IC 
Anions by IC 
Chloride 16887-00-6 LA-533-410 D 193 
Fluoride 16984-48-8 LA-533-410 UD <0.2 

Nitrate-N N03-N LA-533-410 uo <0.1 

Nitrite-N N02-N LA-533-410 UD <0.1 

Phosphate-P PO4-P LA-533-410 D 320 
Sulfate 14808-79-8 LA-533-410 UD <1 

I ICP Prep 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 UD <300 

Antimony 7440-36-0 LA-505-411 UD <300 

Arsenic 7440-38-2 LA-505-411 UD <400 

Barium 7440-39-3 LA-505-411 UD <20 

Cadmium 7440-43-9 LA-505-411 UD <20 

Calcium 7440-70-2 LA-505-411 D 7680 

Chromium 7440-47-3 LA-505-411 UD <60 

Cobalt 7440-48-4 LA-505-411 UD <20 

Copper 7440-50-8 LA-505-411 uo <30 

MDL= Minimum Detection B -Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated D -Analyte was reported at a secondary diltution factor. 

OF= Dilution Factor E -Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 

December 20, 2008 01 :12:58 Page 19 of 59 

Group# WSCF80001 

Project Number F06-027 

TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Matrix 

Sampled 

Received 

OF 

10 

10 

10 

10 

51 

10 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

0.5 

0.2 

0.1 

0.1 

3 

1 

300 

300 

400 

20 

20 

400 

60 

20 

30 

M • Duplicate precision criteria not met. 

PQL 

4.0 

2.0 

1.0 

1.0 

20 

10 

1300 

1400 

2000 

100 

100 

1800 

100 

120 

150 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z- See comment detail and/or narrative. 

Analyzed 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001003 

SAF# F06-027 

Sample ID B1WM09 

Test Performed CAS# Method RQ Result 

Iron 7439-89-6 LA-505-411 BD 101 
Lead 7439-92-1 LA-505-411 UD <200 
Magnesium 7439-95-4 LA-505-411 D 5310 
Manganese 7439-96-5 LA-505-411 UD <20 
Molybdenum 7439-98-7 LA-505-411 UD <20 

Nickel 7440-02-0 LA-505-411 UD <30 

Potassium 7440-09-7 LA-505-411 D 5270 
Silver 7440-22-4 LA-505-411 BD 31 .0 
Sodium 7440-23-5 LA-505-411 D 1.17E6 
Strontium 7440-24-6 LA-505-411 D 223 

Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 UD <40 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

TP Err= Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 :12:58 

C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section . 
N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

Matrix WATER 

Sampled 07/29/08 

Received 07/30/08 

TP Err Units OF MDL PQL 

ug/L 5 100 620 

ug/L 5 200 1100 

ug/L 5 200 1200 

ug/L 5 20 100 

ug/L 5 20 120 

ug/L 5 30 150 

ug/L 5 800 4200 

ug/L 5 20 120 

ug/L 5 300 1300 

ug/L 5 20 100 

ug/L 5 60 300 

ug/L 5 40 220 

M - Duplicate precision criteria not met. 
U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
Report ID: 80001 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

Sample# 80001004 Matrix WATER 
SAF# F06-027 Sampled 07/29/08 
Sample ID B1WM10 Received 07/30/08 

Test Performed CAS# Method RQ Result TP Err Units OF MDL PQL Analyzed 

I Anions by IC 07/31/08 
Anions by IC 

Chloride 16887-00-6 LA-533-410 D 199 ug/ml 10 0.5 4.0 07/31/08 
Fluoride 16984-48-8 LA-533-410 UD <0.2 ug/ml 10 0.2 2.0 07/31/08 
Nitrate-N NO3-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 07/31/08 
Nitrite-N N02-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 07/31/08 
Phosphate-P PO4-P LA-533-410 D 167 ug/ml 10 0,6 4.0 07/31/08 
Sulfate 14808-79-8 LA-533-410 BD 1.33 ug/ml 10 1 10 07/31/08 

I ICP Prep 08/19/08 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 UD <300 ug/L 5 300 1300 08/20/08 

Antimony 7440-36-0 LA-505-411 UD <300 ug/L 5 300 1400 08/20/08 
Arsenic 7440-38-2 LA-505-411 UD <400 ug/L 5 400 2000 - 08/20/08 
Barium 7440-39-3 LA-505-411 BO 72.0 ug/L 5 20 100 08/20/08 

Cadmium 7440-43-9 LA-505-411 UD <20 ug/L 5 20 100 08/20/08 

Calcium 7440-70-2 LA-505-411 D 97300 ug/L 5 400 1800 08/20/08 

Chromium 7440-47-3 LA-505-411 UD <60 ug/L 5 60 100 08/20/08 
Cobalt 7440-48-4 LA-505-411 UD <20 ug/L 5 20 120 08/20/08 
Copper 7440-50-8 LA-505-411 UD <30 ug/L 5 30 150 08/20/08 

MDL = Minimum Detection B - Analyte < the RDL but >:: the IDL/MDL. (Inorganic) M - Duplicate precision criteria not met. 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) U - Analyzed for but not detected above limiting criteria . 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. X,Y or Z - See comment detail and/or narrative. 

OF = Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 

December 20, 2008 01 :12:58 Page 21 of 59 3004.1.1084.3 
Report ID: 80001 

"•- · ·- ~ , a ,r- ,... r-n "'"""'" 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001004 

SAF# F06-027 

Sample ID B1WM10 

Test Performed CAS# Method RQ Result 

Iron 7439-89-6 LA-505-411 D 1270 

Lead 7439-92-1 LA-505-411 UD <200 

Magnesium 7439-95-4 LA-505-411 D 27700 

Manganese 7439-96-5 LA-505-411 D 2950 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Nickel 7440-02-0 LA-505-411 UD <30 

Potassium 7440-09-7 LA-505-411 D 5930 

Silver 7440-22-4 LA-505-411 UD <20 

Sodium 7440-23-5 LA-505-411 D 8.01E5 

Strontium 7440-24-6 LA-505-411 D 472 

Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 UD <40 

MDL= Minimum Detection 
RO = Result Qualifier 

B - Analyte < the RDL but >= the IDUMDL. (Inorganic) 

TP Err = Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 : 12:59 

C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E -Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

Matrix WATER 

Sampled 07/29/08 

Received 07 /30/08 

TP Err Units OF MDL PQL 

ug/L 5 100 620 

ug/L 5 200 1100 

ug/L 5 200 1200 

ug/L 5 20 100 

ug/L 5 20 120 

ug/L 5 30 150 

ug/L 5 800 4200 

ug/L 5 20 120 

ug/L 5 300 1300 

ug/L 5 20 100 

ug/L 5 60 300 

ug/L 5 40 220 

M - Duplicate precision criteria not met. 
U -Analyzed for but not detected above limiting criteria . 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
Report ID: 80001 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 

Sample ID 

80001005 

F06-027 

B1WM11 

Test Performed 

I Anions by IC 
Anions by IC 

Chloride 

Fluoride 

Nitrate-N 

Nitrite-N 

Phosphate-P 

Sulfate 

I ICP Prep 
ICP-AES 

Aluminum 

Antimony 

Arsenic 

Barium 

Cadmium 

Calcium 

Chromium 

Cobalt 

Copper 

CAS# 

16887-00-6 

16984-48-8 

N03-N 

N02-N 

P04-P 

14808-79-8 

7429-90-5 

7440-36-0 

7440-38-2 

7440-39-3 

7440-43-9 

7440-70-2 

7440-47-3 

7440-48-4 

7440-50-8 

Method RQ Result 

LA-533-410 BO 1.70 

LA-533-410 UD <0.2 

LA-533-410 BO 0.257 

LA-533-410 UD <0.1 

LA-533-410 UD <0.6 

LA-533-410 BO 8.84 

LA-505-411 UD <300 

LA-505-411 UD <300 

LA-505-411 UD <400 

LA-505-411 BO 29.0 

LA-505-411 UD <20 

LA-505-411 D 45800 

LA-505-411 UD <60 

LA-505-411 UD <20 

LA-505-411 UD <30 

MDL= Minimum Detection B -Analyte < the RDL but>= the IDUMDL. (Inorganic) 

RO = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. 

DF = Dilution Factor E -Analyte is an estimate, see comment section . 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Matrix 

Sampled 

Received 

OF 

10 

10 

10 

10 

10 

10 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

0.5 

0.2 

0.1 

0.1 

0.6 

1 

300 

300 

400 

20 

20 

400 

60 

20 

30 

M - Duplicate precision criteria not met. 

PQL 

4.0 

2.0 

1.0 

1.0 

4.0 

10 

1300 

1400 

2000 

100 

100 

1800 

100 

120 

150 

U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative . 

Analyzed 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample # 80001005 

SAF# F06-027 

Sample ID B1WM11 

Test Performed CAS# Method RQ Result 

Iron 7439-89-6 LA-505-411 BO 190 

Lead 7439-92-1 LA-505-411 uo <200 

Magnesium 7439-95-4 LA-505-411 D 6640 

Manganese 7439-96-5 LA-505-411 uo <20 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Nickel 7440-02-0 LA-505-411 UD <30 

Potassium 7440-09-7 LA-505-411 BO 1940 

Silver 7440-22-4 LA-505-411 UD <20 

Sodium 7440-23-5 LA-505-411 D 6620 

Strontium 7440-24-6 LA-505-411 D 198 

Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 UD <40 

MDL= Minimum Detection 
RQ = Result Qualifier 

8-Analyte < the RDL but>= the IDL/MDL. (Inorganic) 

TP Err = Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 : 12:59 

C -Analyte was found in the Associated Blank. (Inorganic) 
D -Analyte was reported at a secondary diltution factor. 

E -Analyte is an estimate, see comment section . 

N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF80001 

Project Number F06-027 

Matrix 

Sampled 
Received 

OF 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

100 

200 

200 

20 

20 

30 

800 

20 

300 

20 

60 

40 

PQL 

620 

1100 

1200 

100 

120 

150 

4200 

120 

1300 

100 

300 

220 

M - Duplicate precision criteria not met. 

U - Analyzed for but not detected above limiting criteria. 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 

Report ID: 80001 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

Sample # 80001006 Matrix WATER 

SAF# F06-027 Sampled 07/29/08 

Sample ID B1WM12 Received 07/30/08 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I Anions by IC 08/01/08 
Anions by IC 

Chloride 16887-00-6 LA-533-410 D 313 ug/ml 51 2 20 08/01/08 

Fluoride 16984-48-8 LA-533-410 UD <0.2 ug/ml 10 0.2 2.0 08/01/08 

Nitrate-N NO3-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 08/01/08 

Nitrite-N NO2-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 08/01 /08 

Phosphate-P PO4-P LA-533-410 D 92.5 ug/ml 10 0.6 4.0 08/01/08 

Sulfate 14808-79-8 LA-533-410 BO 5.15 ug/ml 10 1 10 08/01/08 

I ICP Prep 08/19/08 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 UD <300 ug/L 5 300 1300 08/20/08 

Antimony 7440-36-0 LA-505-411 UD <300 ug/L 5 300 1400 08/20/08 

Arsenic 7440-38-2 LA-505-411 UD <400 ug/L 5 400 2000 08/20/08 

Barium 7440-39-3 LA-505-411 BO 96.0 ug/L 5 20 100 08/20/08 

Cadmium 7440-43-9 LA-505-411 UD <20 ug/L 5 20 100 08/20/08 

Calcium 7440-70-2 LA-505-411 D 1.99E5 ug/L 5 400 1800 08/20/08 

Chromium 7440-47-3 LA-505-411 UD <60 ug/L 5 60 100 08/20/08 

Cobalt 7440-48-4 LA-505-411 UD <20 ug/L 5 20 120 08/20/08 

Copper 7440-50-8 LA-505-411 UD <30 ug/L 5 30 150 08/20/08 

MDL = Minimum Detection B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) M - Duplicate precision criteria not met. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) U - Analyzed for but not detected above limiting criteria . 

TP Err= Total Propagated D - Analyte was reported at a secondary diltution factor. X,Y or Z - See comment detail and/or narrative. 

OF= Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001006 

SAF# F06-027 

Sample ID B1WM12 

Test Performed CAS# Method RQ Result 

Iron 7439-89-6 LA-505-411 BO 209 

Lead 7439-92-1 LA-505-411 UD <200 

Magnesium 7439-95-4 LA-505-411 D 11700 

Manganese 7439-96-5 LA-505-411 UD <20 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Nickel 7440-02-0 LA-505-411 UD <30 

Potassium 7440-09-7 LA-505-411 D 17800 

Silver 7440-22-4 LA-505-411 UD <20 

Sodium 7440-23-5 LA-505-411 D 1.41 E6 

Strontium 7440-24-6 LA-505-411 D 4620 

Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 UD <40 

MDL= Minimum Detection 
RO = Result Qualifier 

B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 :12:00 

C -Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

Matrix WATER 

Sampled 07/29/08 

Received 07/30/08 

TP Err Units OF MDL PQL 

ug/L 5 100 620 

ug/L 5 200 1100 

ug/L 5 200 1200 

ug/L 5 20 100 

ug/L 5 20 120 

ug/L 5 30 150 

ug/L 5 800 4200 

ug/L 5 20 120 

ug/L 5 300 1300 

ug/L 5 20 100 

ug/L 5 60 300 

ug/L 5 40 220 

M - Duplicate precision criteria not met. 
U - Analyzed for but not detected above limiting criteria. 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

Sample # 80001007 Matrix WATER 
SAF# F06-027 Sampled 07/29/08 · 

Sample ID B1WM13 Received 07/30/08 

Test Performed CAS# Method RQ Result TP Err Units OF MDL PQL Analyzed 

I Anions by IC 08/01/08 
Anions by IC 

Chloride 16887-00-6 LA-533-410 D 316 ug/ml 51 2 20 08/01/08 
Fluoride 16984-48-8 LA-533-410 UD <0.2 - ug/ml 10 0.2 2.0 08/01/08 
Nitrate-N NO3-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 08/01/08 
Nitrite-N NO2-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 08/01/08 
Phosphate-P PO4-P LA-533-410 D 374 ug/ml 51 3 20 08/01/08 
Sulfate 14808-79-8 LA-533-410 BO 3.45 ug/ml 10 1 10 08/01/08 

I ICP Prep 08/19/08 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 UD <300 ug/l 5 300 1300 08/20/08 
Antimony 7440-36-0 LA-505-411 UD <300 ug/l 5 300 1400 08/20/08 
Arsenic 7440-38-2 LA-505-411 UD <400 ug/l 5 400 2000 08/20/08 

Barium 7440-39-3 LA-505-411 BO 23.0 ug/l 5 20 100 08/20/08 

Cadmium 7440-43-9 LA-505-411 UD <20 ug/l 5 20 100 08/20/08 

Calcium 7440-70-2 LA-505-411 D 59600 ug/L 5 400 1800 08/20/08 

Chromium 7440-47-3 LA-505-411 UD <60 ug/l 5 60 100 08/20/08 

Cobalt 7440-48-4 LA-505-411 UD <20 ug/l 5 20 120 08/20/08 
Copper 7440-50-8 LA-505-411 UD <30 ug/l 5 30 150 08/20/08 

MDL = Minimum Detection B - Analyte < the RDL but>= the IDL/MDL. (Inorganic) M - Duplicate precision criteria not met. 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) U - Analyzed for but not detected above limiting criteria . 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. X,Y or Z - See comment detail and/or narrative . 

OF = Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Depart~ent Inorganic 

Sample# 80001007 

SAF# F06-027 

Sample ID 81WM13 

Test Performed CAS# Method RQ Result 

Iron 7439-89-6 LA-505-411 BD 272 
Lead 7439-92-1 LA-505-411 UD <200 

Magnesium 7439-95-4 LA-505-411 D 7340 

Manganese 7439-96-5 LA-505-411 UD <20 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Nickel 7440-02-0 LA-505-411 UD <30 

Potassium 7440-09-7 LA-505-411 D 14400 

Silver 7440-22-4 LA-505-411 UD <20 

Sodium 7440-23-5 LA-505-411 D 1.72E6 

Strontium 7440-24-6 LA-505-411 D 1300 

Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 BD 108 

MDL= Minimum Detection 
RO = Result Qualifier 

B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 :12:00 

C -Analyte was found in the Associated Blank. (Inorganic) 

D -Analyte was reported at a secondary diltution factor. 

E - Analyte is an estimate, see comment section. 

N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group # WSCF80001 

Project Number F06-027 

M~trix 
Sampled 
Received 

DF 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

100 

200 

200 

20 

20 

30 

800 

20 

300 

20 

60 

40 

PQL 

620 

1100 

1200 

100 

120 

150 

4200 

120 

1300 

100 

300 

220 

M -. Duplicate precision criteria not met. 

U -Analyzed for but not detected above limiting criteria. 

X ,Y or Z- See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

d8/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

Sample # 80001008 Matrix WATER 

SAF# F06-027 Sampled 07/29/08 

Sample ID B1WM14 Received 07/30/08 

Test Performed CAS# Method RQ Result TP Err Units OF MDL PQL Analyzed 

I Anions by IC 08/01/08 

Anions by IC 

Fluoride 16984-48-8 LA-533-410 UD <0.2 ug/ml 10 0.2 2.0 08/01/08 

Chloride 16887-00-6 LA-533-410 D 198 ug/ml 51 2 20 08/01/08 

Nitrite-N NO2-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 08/01/08 

Nitrate-N NO3-N LA-533-410 BO 0.110 ug/ml 10 0.1 1.0 08/01/08 

Phosphate-P PO4-P LA-533-410 D 556 ug/ml 51 3 20 08/01/08 

Sulfate 14808-79-8 LA-533-410 UD <1 ug/ml 10 1 10 08/01/08 

I ICP Prep 08/19/08 

ICP-AES 

Aluminum 7429-90-5 LA-505-411 UD <300 ug/L 5 300 1300 08/20/08 

Iron 7439-89-6 LA-505-411 UD <100 ug/L 5 100 620 08/20/08 

Magnesium 7439-95-4 LA-505-411 D 3810 ug/L 5 200 1200 08/20/08 

Manganese 7439-96-5 LA-505-411 UD <20 ug/L 5 20 100 08/20/08 

Nickel 7440-02-0 LA-505-411 UD <30 ug/L 5 30 150 08/20/08 

Potassium 7440-09-7 LA-505-411 D 9030 ug/L 5 800 4200 08/20/08 

Silver 7440-22-4 LA-505-411 UD <20 ug/L 5 20 120 08/20/08 

Sodium 7440-23-5 LA-505-411 D 1.62E6 ug/L 5 300 1300 08/20/08 

Antimony 7440-36-0 LA-505-411 UD <300 ug/L 5 300 1400 08/20/08 

MDL= Minimum Detection 8 - Analyte < the RDL but>= the IDUMDL. (Inorganic) M - Duplicate precision criteria not met. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) U - Analyzed for but not detected above limiting criteria . 

TP Err = Total Propagated D -Analyte was reported at a secondary diltution factor. X ,Y or Z - See comment detail and/or narrative. 

OF = Dilution Factor E -Analyte is an estimate, see comment section. 

+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001008 

SAF# F06-027 

Sample ID 81WM14 

Test Performed CAS# Method RQ Result 

Barium 7440-39-3 LA-505-411 UD <20 
Cadmium 7440-43-9 LA-505-411 UD <20 
Chromium 7440-47-3 LA-505-411 UD <60 
Cobalt 7440-48-4 LA-505-411 UD <20 
Copper 7440-50-8 LA-505-411 UD <30 
Vanadium 7440-62-2 LA-505-411 UD <60 
Zinc 7440-66-6 LA-505-411 UD <40 

Calcium 7440-70-2 LA-505-411 D 14900 

Lead 7439-92-1 LA-505-411 UD <200 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Strontium 7440-24-6 LA-505-411 D 404 

Arsenic 7440-38-2 LA-505-411 UD <400 

MDL = Minimum Detection 
RQ = Result Qualifier 

B • Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

TP Err = Total Propagated 
OF= Dilution Factor 
+ • Indicates more than nine qualifier 

December 20, 2008 01 :12:01 

C • Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 
E • Analyte is an estimate, see comment section. 
N • MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

Matrix WATER 

Sampled 07/29/08 

Received 07/30/08 

TP Err Units OF MDL PQL 

ug/L 5 20 100 

ug/L 5 20 100 

ug/L 5 60 100 

ug/L 5 20 120 

ug/L 5 30 150 

ug/L 5 60 300 

ug/L 5 40 220 

ug/L 5 400 1800 

ug/L 5 200 1100 

ug/L 5 20 120 

ug/L 5 20 100 

ug/L 5 400 2000 

M . Duplicate precision criteria not met. 
U • Analyzed for but not detected above limiting criteria. 
X,Y or Z • See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 

Sample ID 

80001009 

F06-027 

B1WM15 

Test Performed 

I Anions by IC 
Anions by IC 

Fluoride 

Chloride 

Nitrite-N 

Nitrate-N 

Phosphate-P 

Sulfate 

I ICP Prep 
ICP-AES 

Aluminum 

Iron 

Magnesium 

Manganese 

Nickel 

Potassium 

Silver 

Sodium 

Antimony 

CAS# 

16984-48-8 

16887-00-6 

NO2-N 

NO3-N 
PO4-P 

14808-79-8 

7429-90-5 

7439-89-6 

7439-95-4 

7439-96-5 

7440-02-0 

7440-09-7 

7440-22-4 

7440-23-5 

7440-36-0 

Method RQ Result 

LA-533-410 UD <0.2 

LA-533-410 D 184 

LA-533-410 UD <0.1 

LA-533-410 UD <0.1 

LA-533-410 D 488 

LA-533-410 UD <1 

LA-505-411 UD <300 

LA-505-411 BO 190 

LA-505-411 D 4670 

LA-505-411 UD <20 

LA-505-411 UD <30 

LA-505-411 D 5080 

LA-505-411 UD <20 

LA-505-411 D 1.60E6 

LA-505-411 UD <300 

MDL= Minimum Detection B -Analyte < the RDL but>= the IDL/MDL. (Inorganic) 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated D - Analyte was reported al a secondary dillution factor. 

OF= Dilution Factor E -Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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Group # WSCF80001 

Project Number F06-027 

TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Matrix 

Sampled 

Received 

OF 

10 

51 

10 

10 

51 

10 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

0.2 

2 

0.1 

0.1 

3 

1 

300 

100 

200 

20 

30 

800 

20 

300 

300 

M - Duplicate precision criteria not met. 

PQL 

2.0 

20 

1.0 

1.0 

20 

10 

1300 

620 

1200 

100 

150 

4200 

120 

1300 

1400 

U -Analyzed for but not detected ~bove limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# · 80001009 

SAF# F06-027 

Sample ID 81WM15 

Test Performed CAS# Method RQ Result 

Barium 7440-39-3 LA-505-411 UD <20 

Cadmium 7440-43-9 LA-505-411 UD <20 

Chromium 7440-47-3 LA-505-411 UD <60 

Cobalt 7440-48-4 LA-505-411 UD <20 

Copper 7440-50-8 LA-505-411 UD <30 

Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 UD <40 

Calcium 7440-70-2 LA-505-411 D 11400 

Lead 7439-92-1 LA-505-411 UD <200 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Strontium 7440-24-6 LA-505-411 D 261 

Arsenic 7440-38-2 LA-505-411 UD <400 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 :12:01 

C - Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 

E - Analyte is an estimate, see comment section. 

N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

Matrix WATER 

Sampled 07/29/08 

Received 07/30/08 

TP Err Units DF MDL PQL 

ug/L 5 20 100 

ug/L 5 20 100 

ug/L 5 60 100 

ug/L 5 20 120 

ug/L 5 30 150 

ug/L 5 60 300 

ug/L 5 40 220 

ug/L 5 400 1800 

ug/L 5 200 1100 

ug/L 5 20 120 

ug/L 5 20 100 

ug/L 5 400 2000 

M - Duplicate precision criteria not met. 

U -Analyzed for but not detected above limiting criteria . 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001010 

SAF# F06-027 

Sample ID B1WM16 

Test Performed CAS# Method RQ Result 

I Anions by IC 
Anions by IC 

Chloride 16887-00-6 LA-533-410 ON 187 

Fluoride 16984-48-8 LA-533-410 UD <0.5 

Nitrate-N N03-N LA-533-410 UD <0.2 

Nitrite-N N02-N LA-533-410 UD <0.3 

Phosphate-P P04-P LA-533-410 ON 624 

Sulfate 14808-79-8 LA-533-410 UD <3 

, ,cP Prep 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 UD <300 

Antimony 7440-36-0 LA-505-411 UD <300 

Arsenic 7440-38-2 LA-505-411 UD <400 

Barium 7440-39-3 LA-505-411 UD <20 

Cadmium 7440-43-9 LA-505-411 UD <20 

Calcium 7440-70-2 LA-505-411 D 12600 

Chromium 7440-47-3 LA-505-411 UD <60 

Cobalt 7440-48-4 LA-505-411 UD <20 

Copper 7440-50-8 LA-505-411 UD <30 

MDL= Minimum Detection B - Analyte < the RDL but>= the IDL/MDL. (Inorgan ic) 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. 

OF= Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Matrix 
Sampled 

Received 

DF 

101 

20 

20 

20 

101 

20 

5 

5 

5 

5 

5 

5 

5 
5 
5 

WATER 

07/29/08 

07/30/08 

MDL 

5 

0.5 

0.2 

0.3 

6 

3 

300 

300 

400 

20 

20 

400 

60 

20 

30 

M - Duplicate precision criteria not met. 

PQL 

40 

4.0 

2.0 

2.0 

40 

20 

1300 

1400 

2000 

100 

100 

1800 

100 

120 

150 

U -Analyzed for but not detected above limiting criteria . 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 
SAF# 
Sample ID 

80001010 

F06-027 

81WM16 

Test Performed 

Iron 

Lead 

Magnesium 

Manganese 

Molybdenum 

Nickel 

Potassium 

Silver 

Sodium 

Strontium 

Vanadium 

Zinc 

CAS# 

7439-89-6 

7439-92-1 

7439-95-4 

7439-96-5 

7439-98-7 

7440-02-0 

7440-09-7 

7440-22-4 

7440-23-5 

7440-24-6 

7440-62-2 

7440-66-6 

Method RQ Result 

LA-505-411 BD 215 

LA-505-411 UD <200 

LA-505-411 D 8000 

LA-505-411 8D 49.0 

LA-505-411 UD <20 

LA-505-411 UD <30 

LA-505-411 D 5910 

LA-505-411 UD <20 

LA-505-411 D 1.75E6 

LA-505-411 D 160 

LA-505-411 UD <60 

LA-505-411 UD <40 

MDL = Minimum Detection 
RQ = Result Qualifier 

B-Analyte < the RDL but>= the IDL/MDL. (Inorganic) 

TP Err = Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01: 12:02 

C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF80001 

Project Number F06-027 

Matrix 
Sampled 

Received 

OF 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

100 

200 

200 

20 

20 

30 

800 

20 

300 

20 

60 

40 

PQL 

620 

1100 

1200 

100 

120 

150 

4200 

120 

1300 

100 
·300 

220 

M - Duplicate precision criteria not met. 
U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

Sample # 80001011 Matrix WATER 

SAF# F06-027 Sampled 07 /29/08 
Sample ID B 1WM17 Received 07/30/08 

Test Performed CAS# Method RQ Result TP Err Units OF MDL PQL Analyzed 

I Anions by IC 08/01/08 
Anions by IC 

Fluoride 16984-48-8 LA-533-410 UD <0.2 ug/ml 10 0.2 2.0 08/01/08 
Chloride 16887-00-6 LA-533-410 ON 158 ug/ml 51 2 20 08/01/08 
Nitrite-N NO2-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 08/01/08 
Nitrate-N NO3-N LA-533-410 UD <0.1 ug/ml 10 0.1 1.0 08/01/08 
Phosphate-P PO4-P LA-533-410 ON 340 ug/ml 51 3 20 08/01/08 
Sulfate 14808-79-8 LA-533-410 D 23.1 ug/ml 10 1 10 08/01/08 

I ICP Prep 08/19/08 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 BO 300 ug/L 5 300 1300 08/20/08 

Iron 7439-89-6 LA-505-411 BO 268 ug/L 5 100 620 08/20/08 

Magnesium 7439-95-4 LA-505-411 D 4100 ug/L 5 200 1200 08/20/08 

Manganese 7439-96-5 LA-505-411 UD <20 ug/L 5 20 100 08/20/08 

Nickel 7440-02-0 LA-505-411 UD <30 ug/L 5 30 150 08/20/08 

Potassium 7440-09-7 LA-505-411 D 7750 ug/L 5 800 4200 08/20/08 

Silver 7440-22-4 LA-505-411 UD <20 ug/L 5 20 120 08/20/08 

Sodium 7440-23-5 LA-505-411 D 1.33E6 ug/L 5 300 1300 08/20/08 

Antimony 7440-36-0 LA-505-411 UD <300 ug/L 5 300 1400 08/20/08 

MDL= Minimum Detection B - Analyte < the RDL but >= the IDUMDL. (Inorganic) M - Duplicate precision criteria not met. 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) U -Analyzed for but not detected above limiting criteria. 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. X, Y or Z - See comment detail and/or narrative. 

OF= Dilution Factor E - Analyte is an estimate , see comment section. 
+ - Indicates more than nine qual ifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001011 

SAF# F06-027 

Sample ID B1WM17 

Test Performed CAS# Method RQ Result 

Barium 7440-39-3 LA-505-411 UD <20 

Cadmium 7440-43-9 LA-505-411 UD <20 

Chromium 7440-47-3 LA-505-411 UD <60 

Cobalt 7440-48-4 LA-505-411 UD <20 

Copper 7440-50-8 LA-505-411 UD <30 

Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 UD <40 

Calcium 7440-70-2 LA-505-411 D 21100 

Lead 7439-92-1 LA-505-411 UD <200 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Strontium 7440-24-6 LA-505-411 D 555 

Arsenic 7440-38-2 LA-505-411 UD <400 

MDL = Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but>== the IDL/MDL. (Inorganic) 

TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 : 12:02 

C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF80001 

Project Number F06-027 

Matrix 
Sampled 
Received 

OF 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

20 

20 

60 

20 

30 

60 

40 

400 

200 

20 

20 

400 

PQL 

100 

100 

100 

120 

150 

300 

220 

1800 

1100 

120 

100 

2000 

M - Duplicate precision criteria not met. 
U -Analyzed for but not detected above limiting criteria . 
X,Y or Z- See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084 .3 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 

Sample ID 

80001012 

F06-027 

B1VVM18 

Test Performed 

I Anions by IC 
Anions by IC 

Fluoride 

Chloride 

Nitrite-N 

Nitrate-N 

Phosphate-P 

Sulfate 

I ICP Prep 
ICP-AES 

Aluminum 

Iron 

Magnesium 

Manganese 

Nickel 

Potassium 

Silver 

Sodium 

Antimony 

CAS# 

16984-48-8 

16887-00-6 

NO2-N 
NO3-N 
P04-P 

14808-79-8 

7429-90-5 

7439-89-6 

7439-95-4 

7439-96-5 

7440-02-0 

7440-09-7 

7440-22-4 

7440-23-5 

7440-36-0 

Method RQ Result 

LA-533-410 UD <0.2 

LA-533-410 ON 128 

LA-533-410 UD <0.1 

LA-533-410 UD <0.1 

LA-533-410 ON 267 

LA-533-410 UD <1 

LA-505-411 UD <300 

LA-505-411 8D 536 

LA-505-411 D 5170 

LA-505-411 D 877 

LA-505-411 UD <30 

LA-505-411 D 4240 

LA-505-411 UD <20 

LA-505-411 D 9.70E5 

LA-505-411 UD <300 

MDL= Minimum Detection B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

RO = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) 

TP Err= Total Propagated D - Analyte was reported at a secondary diltution factor. 

DF = Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Matrix 

Sampled 
Received 

OF 

10 

10 

10 

10 

51 

10 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

0.2 

0.5 

0.1 

0.1 

3 

1 

300 

100 

200 

20 

30 

800 

20 

300 

300 

M - Duplicate precision criteria not met. 

PQL 

2.0 

4.0 

1.0 

1.0 

20 

10 

1300 

620 

1200 

100 

150 

4200 

120 

1300 

1400 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z • See comment detail and/or narrative. 

Analyzed 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001012 

SAF# F06-027 

Sample ID 81WM18 

Test Performed CAS# Method RQ Result 

Barium 7440-39-3 LA-505-411 UD <20 
Cadmium 7440-43-9 LA-505-411 UD <20 
Chromium 7440-47-3 LA-505-411 UD <60 
Cobalt 7440-48-4 LA-505-411 UD <20 
Copper 7440-50-8 LA-505-411 UD <30 
Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 UD <40 

Calcium 7440-70-2 LA-505-411 D 12200 
Lead 7439-92-1 LA-505-411 UD <200 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Strontium 7440-24-6 LA-505-411 D 191 

Arsenic 7440-38-2 LA-505-411 UD <400 

MDL= Minimum Detection 
RQ = Result Qualifier 

B -Analyte < the RDL but>= the IDUMDL. (Inorganic) 

TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 :12:03 

C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

Matrix WATER 

Sampled 07/29/08 

Received 07 /30/08 

TP Err Units DF MDL PQL 

ug/L 5 20 100 

ug/L 5 20 100 

ug/L 5 60 100 

ug/L 5 20 120 

ug/L 5 30 150 

ug/L 5 60 300 

ug/L 5 40 220 

ug/L 5 400 1800 

ug/L 5 200 1100 

ug/L 5 20 120 

ug/L 5 20 100 

ug/L 5 400 2000 

M - Duplicate precision criteria not met. 
U - Analyzed for but not detected above limiting criteria . 
X, Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001013 

SAF# F06-027 

Sample ID B1WM19 

Test Performed CAS# Method RQ Result 

I Anions by IC 
Anions by IC 

Chloride 16887-00-6 LA-533-410 ON 222 
Fluoride 16984-48-8 LA-533-410 UD <0.2 
Nitrate-N N03-N LA-533-410 UD <0.1 

Nitrite-N N02-N LA-533-410 UD <0.1 
Phosphate-P PO4-P LA-533-410 UDN <0.6 

Sulfate 14808-79-8 LA-533-410 BO 6.65 

I ICP Prep 
ICP-AES 

Aluminum 7429-90-5 LA-505-411 UD <300 

Antimony 7440-36-0 LA-505-411 UD <300 

Arsenic 7440-38-2 LA-505-411 UD <400 

Barium 7440-39-3 LA-505-411 D 779 

Cadmium 7440-43-9 LA-505-411 UD <20 

Calcium 7440-70-2 LA-505-411 D 5.57E5 

Chromium 7440-47-3 LA-505-411 UD <60 

Cobalt 7440-48-4 LA-505-411 BO 30.5 

Copper 7440-50-8 LA-505-411 UD <30 

MDL = Minimum Detection B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 

RQ = Result Qualifier C - Analyte was found in -the Associated Blank. (Inorganic) 

TP Err= Total Propagated D - Analyte was reported at a secondary dillution factor. 

OF= Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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Group# WSCF80001 

Project Number F06-027 

TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Matrix 

Sampled 

Received 

OF 

51 

10 

10 

10 

10 

10 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

2 

0.2 

0.1 

0.1 

0.6 

1 

300 

300 

400 

20 

20 

400 

60 

20 

30 

M - Duplicate precision criteria not met. 

PQL 

20 

2.0 

1.0 

1.0 

4.0 

10 

1300 

1400 

2000 

100 

100 

1800 

100 

120 

150 

U -Analyzed for but not detected above limiting criteria . 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

08/19/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80001013 

SAF# F06-027 

Sample ID B1WM19 

Test Performed CAS# Method RQ Result 

Iron 7439-89-6 LA-505-411 BD 143 

Lead 7439-92-1 LA-505-411 UD <200 

Magnesium 7439-95-4 LA-505-411 D 99500 

Manganese 7439-96-5 LA-505-411 D 25000 

Molybdenum 7439-98-7 LA-505-411 UD <20 

Nickel 7440-02-0 LA-505-411 8D 75.2 

Potassium 7440-09-7 LA-505-411 D 7390 

Silver 7440-22-4 LA-505-411 8D 85.0 

Sodium 7440-23-5 LA-505-411 D 2.03E5 

Strontium 7440-24-6 LA-505-411 D 2560 

Vanadium 7440-62-2 LA-505-411 UD <60 

Zinc 7440-66-6 LA-505-411 UD <40 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

December 20, 2008 01 :1 2:03 

C - Analyte was found in the Associated Blank. (Inorganic) 
D -Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF80001 

Project Number F06-027 

Matrix 
Sampled 
Received 

OF 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

5 

WATER 

07/29/08 

07/30/08 

MDL 

100 

200 

200 

20 

20 

30 

800 

20 

300 

20 

60 

40 

PQL 

620 

1100 

1200 

100 

120 

150 

4200 

120 

1300 

100 

300 

220 

M - Duplicate precision criteria not met. 
U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

08/20/08 

3004.1.1084.3 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

QC Batch 3101 Test Anions by Ion Chromatography (Water) 

Associated Samples 80001001 , 80001002, 80001003, 80001004, 80001005 

Original RPO 
Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

BLANK QC Sample #1020 

Fluoride 16984-48-8 <0.023 ug/ml u 07/31/08 
Chloride 16887-00-6 <0.047 ug/ml u 07/31/08 
Nitrite-N N02-N <0.013 ug/ml u 07/31/08 

Nitrate-N N03-N <0.012 ug/ml u 07/31/08 

Phosphate-P PO4-P <0.061 ug/ml u 07/31/08 

Sulfate 14808-79-8 <0.13 ug/ml u 07/31/08 
LCS QC Sample #1022 

Fluoride 16984-48-8 1.00 ug/ml 100 90 - 110 07/31/08 

Chloride 16887-00-6 1.78 ug/ml 88.7 90 - 110 07/31/08 

Nitrite-N N02-N 0.958 ug/ml 95.9 90 - 110 07/31/08 

Nitrate-N N03-N 0.894 ug/ml 99.3 90 - 110 07/31/08 

Phosphate-P PO4-P 1.90 ug/ml 98.1 90 - 110 07/31/08 

Sulfate 14808-79-8 3.60 ug/ml 90.9 90 - 110 07/31/08 
DUP QC Sample #1023 

Original 80001005 

Fluoride 16984-48-8 0 <0.23 ug/ml 0.00 20 UD 07/31/08 

Chloride 16887-00-6 1.7 1.72 ug/ml 1.17 20 8D 07/31/08 

Nitrite-N NO2-N 0 <0.13 ug/ml 0.00 20 UD 07/31/08 

Nitrate-N NO3-N .257 0.266 ug/ml 3.44 20 8D 07/31/08 

Phosphate-P PO4-P 0 <0.61 ug/ml 0.00 20 UD 07/31/08 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CA$# 
Original 
Found QC Found Units % RecovLimits 

Sulfate 14808-79-8 8.84 8.55 ug/ml 
MS QC Sample #1024 

Original 80001005 

Fluoride 16984-48-8 0 4.54 ug/ml 91.2 80 - 120 
Chloride 16887-00-6 1.7 10.7 ug/ml 89.7 80 - 120 
Nitrite-N NO2-N 0 4.83 ug/ml 96.7 80 - 120 
Nitrate-N NO3-N .257 4.69 ug/ml 98.4 80 - 120 

Phosphate-P PO4-P 0 8.92 ug/ml 92.2 80 - 120 

Sulfate 14808-79-8 8.84 26.7 ug/ml 90.1 80 - 120 
MSD QC Sample #1025 

Original 80001005 

Fluoride 16984-48-8 0 4.52 ug/ml 90.8 80 - 120 

Chloride 16887-00-6 1.7 10.5 ug/ml 87.3 80 - 120 

Nitrite-N NO2-N 0 4.82 ug/ml 96.5 80 - 120 

Nitrate-N NO3-N .257 4.67 ug/ml 97.9 80 - 120 

Phosphate-P PO4-P 0 9.08 ug/ml 93.9 80 - 120 

Sulfate 14808-79-8 8.84 26.7 ug/ml 90.4 80 - 120 
BLANK QC Sample #1026 

Fluoride 16984-48-8 <0.023 ug/ml 

Chloride 16887-00-6 <0.047 ug/ml 

Nitrite-N NO2-N <0.013 ug/ml 

Nitrate-N NO3-N <0.012 ug/ml 

Phosphate-P PO4-P <0.061 ug/ml 

Sulfate 14808-79-8 <0.13 ug/ml 
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Group# WSCF80001 

Project Number F06-027 

RPO 
RPO Limit RQ 

3.34 20 BD 

D 
D 
D 

D 

D 

D 

Paired 1024 

0.44 20 D 
2.71 20 D 
0.21 20 D 
0.51 20 D 
1.83 20 D 
0.33 20 D 

u 
u 
u 
u 
u 
u 

Analyzed 

07/31/08 

07/31/08 
07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

07/31/08 

3004.1.1084.3 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

QC Batch 3103 Test Anions by Ion Chromatography {Water) 
Associated Samples 80001010, 80001011 , 80001012, 80001013 

Original RPO 
Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

BLANK QC Sample #1036 

Fluoride 16984-48-8 <0.023 ug/ml u 08/01/08 
Chloride 16887-00-6 <0.047 ug/rnl u 08/01/08 
Nitrite-N N02-N <0.013 ug/rnl u 08/01/08 
Nitrate-N N03-N <0.012 ug/rnl u 08/01/08 
Phosphate-P PO4-P <0.061 ug/rnl u 08/01/08 
Sulfate 14808-79-8 <0.13 ug/rnl u 08/01/08 
LCS QC Sample #1038 

Fluoride 16984-48-8 0.934 ug/rnl 93.7 90 - 110 08/01/08 
Chloride 16887-00-6 1.87 ug/rnl 92.9 90 - 110 08/01/08 
Nitrite-N N02-N 0.968 ug/ml 96.9 90 - 110 08/01/08 

Nitrate-N N03-N 0.901 ug/rnl 100 90 - 110 08/01/08 
Phosphate-P PO4-P 1.81 ug/rnl 93.5 90 - 110 08/01/08 
Sulfate 14808-79-8 3.72 ug/rnl 94 90 - 110 08/01/08 
DUP QC Sample #1039 

Original 80000002 

Fluoride 16984-48-8 <0.23 ug/rnl 0.00 20 UD 08/01/08 
Chloride 16887-00-6 126 ug/rnl 0.79 20 D 08/01/08 
Nitrite-N N02-N <0.13 ug/ml 0.00 20 UD 08/01/08 
Nitrate-N N03-N <0.12 ug/rnl 200.00 20 • UD1 08/01/08 
Phosphate-P PO4-P 447 ug/rnl 0.22 20 D 08/01/08 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found QC Found Units ¾ Recovlimits 

Sulfate 14808-79-8 <1 .3 ug/ml 
MS QC Sample #1040 

Original 80000002 

Fluoride 16984-48-8 4.31 ug/ml 86.6 80 - 120 

Chloride 16887-00-6 134 ug/ml 71 80 - 120 

Nitrite-N NO2-N 5.01 ug/ml 100 80 - 120 

Nitrate-N NO3-N 4.16 ug/ml 92.4 80 - 120 

Phosphate-P PO4-P 486 ug/ml 78.1 80 - 120 

Sulfate 14808-79-8 19.4 ug/ml 98 80 - 120 
MSD QC Sample #1041 

Original 80000002 

Fluoride 16984-48-8 4.09 ug/ml 82.1 80 - 120 

Chloride 16887-00-6 134 ug/ml 62.7 80 - 120 

Nitrite-N NO2-N 4.98 ug/ml 99.6 80 - 120 

Nitrate-N NO3-N 4.45 ug/ml 98.8 80 - 120 

Phosphate-P PO4-P 494 ug/ml 94.1 80 - 120 

Sulfate 14808-79-8 19.3 ug/ml 97.6 80 - 120 
BLANK QC Sample #1042 

Fluoride 16984-48-8 <0.023 ug/ml 

Chloride 16887-00-6 <0.047 ug/ml 

Nitrite-N NO2-N <0.013 ug/ml 

Nitrate-N NO3-N <0.012 ug/ml 

Phosphate-P PO4-P <0.061 ug/ml 

Sulfate 14808-79-8 <0.13 ug/ml 
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Group# WSCF80001 

Project Number F06-027 

RPD 
RPD Limit RQ 

0.00 20 UO 

0 

ON 
0 

0 
ON 
0 

Paired 1040 

5.33 20 0 
12.40 20 ON 
0.40 20 0 
6.69 20 0 
18.60 20 0 
0.41 20 0 

u 
u 
u 
u 
u 
u 

Analyzed 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 

08/01/08 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

QC Batch 3107 Test Anions by Ion Chromatography (Water) 

Associated Samples 80001006, 80001007, 80001008, 80001009 

Original RPO 
Analyte CAS# Found QC Found Units % Recov limits RPO limit RQ Analyzed 

DUP QC Sample #1071 
Original 80000003 

Fluoride 16984-48-8 <0.23 ug/ml 0.00 20 UD 08/01/08 
Chloride 16887-00-6 85.0 ug/ml 0.47 20 D 08/01/08 
Nitrite-N N02-N <0.13 ug/ml 0.00 20 UD 08/01/08 
Nitrate-N N03-N <0.12 ug/ml 200.00 20 " UD 08/01/08 
Phosphate-P PO4-P <0.61 ug/ml 0.00 20 UD 08/01/08 
Sulfate 14808-79-8 6.03 ug/ml 2.13 20 BO 08/01/08 
MS QC Sample #1072 

Original 80000003 

Fluoride 16984-48-8 4.33 ug/ml 86.9 80 - 120 D 08/01/08 

Chloride 16887-00-6 93.5 ug/ml 81.5 80 - 120 D 08/01/08 

Nitrite-N NO2-N 5.25 ug/ml 105 80 - 120 D 08/01/08 

Nitrate-N NO3-N 4.57 ug/ml 101 80 - 120 D 08/01/08 

Phosphate-P PO4-P 9.01 ug/ml 93.2 80 - 120 D 08/01/08 

Sulfate 14808-79-8 23.9 ug/ml 89.7 80 - 120 D 08/01/08 
MSD QC Sample #1073 

Original 80000003 Paired 1072 

Fluoride 16984-48-8 4.35 ug/ml 87.3 80 - 120 0.46 20 D 08/01/08 

Chloride 16887-00-6 94.4 ug/ml 89.7 80 - 120 9.58 20 D 08/01/08 

Nitrite-N NO2-N 5.21 ug/ml 104 80 - 120 0.96 20 D 08/01/08 
Nitrate-N NO3-N 4.47 ug/ml 99.2 80 - 120 1.80 20 D 08/01/08 

Phosphate-P PO4-P 9.22 ug/ml 95.3 80 - 120 2.23 20 D 08/01/08 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found QC Found Units 

Sulfate 14808-79-8 24.6 ug/ml 
BLANK QC Sample #1074 

Fluoride 16984-48-8 <0.023 ug/ml 
Chloride 16887-00-6 <0.047 ug/ml 
Nitrite-N N02-N <0.013 ug/ml 
Nitrate-N N03-N <0.012 ug/ml 
Phosphate-P PO4-P <0.061 ug/ml 
Sulfate 14808-79-8 <0.13 ug/ml 
BLANK QC Sample #1084 

Fluoride 16984-48-8 <0.023 ug/ml 
Chloride 16887-00-6 <0.047 ug/ml 

Nitrite-N N02-N <0.013 ug/ml 

Nitrate-N N03-N <0.012 ug/ml 
Phosphate-P PO4-P <0.061 ug/ml 
Sulfate 14808-79-8 <0.13 ug/ml 

December 20, 2008 01:12:23 

% Recov Limits RPO 

93.3 80 - 120 3.93 
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RPO 
Limit RQ 

20 D 
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u 
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u 
u 
u 

u 
u 
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Analyzed 
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08/01/08 
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08/01/08 
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08/01/08 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

QC Batch 3200 Test ICP-6010 -All possible metals 

Associated Samples 80001001, 80001002 

Original RPD 
Analyte CAS# Found QC Found Units % Recov Limits RPD Limit RQ Analyzed 

BLANK QC Sample #1087 

Aluminum 7429-90-5 <52 ug/L u 08/20/08 

Iron 7439-89-6 32.1 ug/L B 08/20/08 

Magnesium 7439-95-4 <50 ug/L u 08/20/08 

Manganese 7439-96-5 <4.0 ug/L u 08/20/08 

Nickel 7440-02-0 <6.0 ug/L u 08/20/08 

Potassium 7440-09-7 <170 ug/L u 08/20/08 

Silver 7440-22-4 16.0 ug/L B 08/20/08 

Sodium 7440-23-5 <51 ug/L u 08/20/08 

Antimony 7440-36-0 <56 ug/L u 08/20/08 

Barium 7440-39-3 <4.0 ug/L u 08/20/08 

Cadmium 7440-43-9 <4.0 ug/L u 08/20/08 

Chromium 7440-47-3 <13 ug/L u 08/20/08 

Cobalt 7440-48-4 <5.0 ug/L u 08/20/08 

Copper 7440-50-8 <6.0 ug/L u 08/20/08 

Vanadium 7440-62-2 <12 ug/L u 08/20/08 

Zinc 7440-66-6 <9.0 ug/L u 08/20/08 

Calcium 7440-70-2 <73 ug/L u 08/20/08 

Lead 7439-92-1 <45 ug/L u 08/20/08 

Molybdenum 7439-98-7 <5.0 ug/L u 08/20/08 

Strontium 7440-24-6 <4.0 ug/L u 08/20/08 

Arsenic 7440-38-2 <78 ug/L u 08/20/08 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found QC Found Units 

LCS QC Sample #1088 

Aluminum 7429-90-5 914 ug/L 
Iron 7439-89-6 954 ug/L 
Magnesium 7439-95-4 914 ug/L 
Manganese 7439-96-5 953 ug/L 
Nickel 7440-02-0 981 ug/L 
Potassium 7440-09-7 9520 ug/L 
Silver 7440-22-4 920 ug/L 
Sodium 7440-23-5 955 ug/L 
Antimony 7440-36-0 981 ug/L 
Barium 7440-39-3 446 ug/L 
Cadmium 7440-43-9 974 ug/L 

Chromium 7440-47-3 951 ug/L 

Cobalt 7440-48-4 986 ug/L 
Copper 7440-50-8 927 ug/L 

Vanadium 7440-62-2 930 ug/L 

Zinc 7440-66-6 963 ug/L 

Calcium 7440-70-2 942 ug/L 

Lead 7439-92-1 1030 ug/L 

Molybdenum 7439-98-7 968 ug/L 

Strontium 7440-24-6 455 ug/L 

Arsenic 7440-38-2 998 ug/L 

December 20, 2008 01 :12:23 

% Recov Limits RPD 

91.4 80 - 120 

95.4 80 - 120 

91.4 80 -120 

95.3 80 - 120 

98.1 80 - 120 

95.2 80 - 120 

92 80 - 120 

95.5 80 - 120 

98.1 80 -120 

89.2 80 - 120 

97.4 80 - 120 

95.1 80 - 120 

98.6 80 - 120 

92.7 80 -120 

93 80 -120 

96.3 80 - 120 

94.2 80 - 120 

103 80 - 120 

96.8 80 - 120 

91 80 - 120 

99.8 80 -120 
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08/20/08 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF80001 

Project Number F06-027 

QC Batch 3202 Test ICP-6010 -All possible metals 

Associated Samples 80001003, 80001004, 80001005, 80001006, 80001007, 80001008, 80001009, 80001010, 80001011 , 80001012, 80001013 

Original RPD 
Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

BLANK QC Sample #1091 

Aluminum 7429-90-5 <52 ug/L u 08/20/08 

Iron 7439-89-6 · 29.3 ug/L B 08/20/08 

Magnesium 7439-95-4 <50 ug/L u 08/20/08 

Manganese 7439-96-5 <4.0 ug/L u 08/20/08 

Nickel 7440-02-0 <6.0 ug/L u 08/20/08 

Potassium 7440-09-7 <170 ug/L u 08/20/08 

Silver 7440-22-4 16.0 ug/L B 08/20/08 

Sodium 7440-23-5 <51 ug/L u 08/20/08 

Antimony 7440-36-0 <56 ug/L u 08/20/08 

Barium 7440-39-3 <4.0 ug/L u 08/20/08 

Cadmium 7440-43-9 <4.0 ug/L u - 08/20/08 

Chromium 7440-47-3 <13 ug/L u 08/20/08 

Cobalt 7440-48-4 <5.0 ug/L u 08/20/08 

Copper 7440-50-8 <6.0 ug/L u 08/20/08 

Vanadium 7440-62-2 <12 ug/L u 08/20/08 

Zinc 7440-66-6 <9.0 ug/L u 08/20/08 

Calcium 7440-70-2 <73 ug/L u 08/20/08 

Lead 7439-92-1 <45 ug/L u 08/20/08 

Molybdenum 7439-98-7 <5.0 ug/L u 08/20/08 

Strontium 7440-24-6 <4.0 ug/L u 08/20/08 

Arsenic 7440-38-2 <78 ug/L u 08/20/08 
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Quality Control Report 

Attention Michael Neely 
Group# WSCF80001 

Department Inorganic Project Number F06-027 

Original RPO 
Analyte CAS# Found QC Found Units % Recovlimits RPO Limit RQ Analyzed 

LCS QC Sample #1092 

Aluminum 7429-90-5 940 ug/L 94 80 - 120 08/20/08 

Iron 7439-89-6 1010 ug/L 101 80 - 120 08/20/08 

Magnesium 7439-95-4 927 ug/L 92.7 80 - 120 08/20/08 

Manganese 7439-96-5 993 ug/L 99.3 80 - 120 08/20/08 

Nickel 7440-02-0 1030 ug/L 103 80 - 120 08/20/08 

Potassium 7440-09-7 9570 ug/L 95.7 80 - 120 08/20/08 

Silver 7440-22-4 954 ug/L 95.4 80 - 120 08/20/08 

Sodium 7440-23-5 954 ug/L 95.4 80 - 120 08/20/08 

Antimony 7440-36-0 1010 ug/L 101 80 - 120 08/20/08 

Barium 7440-39-3 468 ug/L 93.6 80 - 120 08/20/08 

Cadmium 7440-43-9 1020 ug/L 102 80 - 120 08/20/08 

Chromium 7440-47-3 1010 ug/L 101 80 - 120 08/20/08 

Cobalt 7440-48-4 1050 ug/L 105 80 - 120 08/20/08 

Copper 7440-50-8 954 ug/L 95.4 80 - 120 08/20/08 

Vanadium 7440-62-2 977 ug/L 97.7 80 - 120 08/20/08 

Zinc 7440-66-6 1010 ug/L 101 80 - 120 08/20/08 

Calcium 7440-70-2 1000 ug/L 100 80 - 120 08/20/08 

Lead 7439-92-1 1080 ug/L 108 80 - 120 08/20/08 

Molybdenum 7439-98-7 1020 ug/L 102 80 - 120 08/20/08 

Strontium 7440-24-6 465 ug/L 93 80 - 120 08/20/08 

Arsenic 7440-38-2 1060 ug/L 106 80 - 120 08/20/08 
MS QC Sample #1093 

Original 80001003 Paired 1094 

Aluminum 7429-90-5 -33.7 4620 ug/L 92.3 75 - 125 D 08/20/08 

Iron 7439-89-6 101 4840 ug/L 96.9 75 - 125 D 08/20/08 

Magnesium 7439-95-4 5310 9940 ug/L 92.6 75 - 125 D 08/20/08 
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Quality Control Report 

Attention Michael Neely 
Group# WSCF80001 

Department Inorganic Project Number F06-027 

Original RPO 
Analyte CAS# Found QC Found Units % Recovlimits RPO Limit RQ Analyzed 

Manganese 7439-96-5 -5 4820 ug/L 96.4 75 - 125 D 08/20/08 

Nickel 7440-02-0 .2 4740 ug/L 94.7 75 - 125 D 08/20/08 

Potassium 7440-09-7 5270 54200 ug/L 97.9 75 - 125 D 08/20/08 

Silver 7440-22-4 31 4640 ug/L 92.2 75 - 125 D 08/20/08 

Sodium 7440-23-5 1170000 1.20E6 ug/L 480 75 - 125 D 08/20/08 

Antimony 7440-36-0 58 4760 ug/L 95.2 75 - 125 D 08/20/08 

Barium 7440-39-3 12 2340 ug/L 93.6 75 - 125 D 08/20/08 

Cadmium 7440-43-9 3.4 4880 ug/L 97.5 75 - 125 D 08/20/08 

Chromium 7440-47-3 -15.8 4790 ug/L 95.7 75 - 125 D 08/20/08 

Cobalt 7440-48-4 14.9 4780 ug/L 95.7 75 - 125 D 08/20/08 

Copper 7440-50-8 5 • 4630 ug/L 92.6 75 - 125 D 08/20/08 

Vanadium 7440-62-2 -9 4700 ug/L 94 75 - 125 D 08/20/08 

Zinc 7440-66-6 6.8 4800 ug/L 96 75 - 125 D 08/20/08 

Calcium 7440-70-2 7680 12300 ug/L 92.5 75 - 125 D 08/20/08 

Lead 7439-92-1 70 4860 ug/L 97.2 75 - 125 08/20/08 

Molybdenum 7439-98-7 -104 4620 ug/L 92.4 75 - 125 08/20/08 

Strontium 7440-24-6 223 2590 ug/L 94.8 75 - 125 08/20/08 

Arsenic 7440-38-2 102 5000 ug/L 100 75 - 125 08/20/08 
MSD QC Sample #1094 

Original 80001003 Paired 1093 

Aluminum 7429-90-5 -33.7 4650 ug/L 93 75 - 125 0.76 20 D 08/20/08 

Iron 7439-89-6 101 4980 ug/L 99.6 75 - 125 2.75 20 D 08/20/08 

Magnesium 7439-95-4 5310 9680 ug/L 87.4 75 - 125 5.78 20 D 08/20/08 

Manganese 7439-96-5 -5 4950 ug/L 99 75 - 125 2.66 20 D 08/20/08 

Nickel 7440-02-0 .2 4830 ug/L 96.5 75 - 125 1.88 20 D 08/20/08 

Potassium 7440-09-7 5270 53800 ug/L 97.1 75 - 125 0.82 20 D 08/20/08 

Silver 7440-22-4 31 4710 ug/L 93.6 75 - 125 1.51 20 D 08/20/08 

Sodium 7440-23-5 1170000 1.14E6 ug/L -560 75 - 125 -2600.0020 D 08/20/08 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found QC Found 

Antimony 7440-36-0 58 4870 
Barium 7440-39-3 12 2370 
Cadmium 7440-43-9 3.4 4990 
Chromium 7440-47-3 -15.8 4900 
Cobalt 7440-48-4 14.9 4960 
Copper 7440-50-8 5 4680 
Vanadium 7440-62-2 -9 4810 
Zinc 7440-66-6 6.8 4930 

Calcium 7440-70-2 7680 12200 

Lead 7439-92-1 70 5060 

Molybdenum 7439-98-7 -104 4760 

Strontium 7440-24-6 223 2610 

Arsenic 7440-38-2 102 5170 

December 20. 2008 01 : 12:24 

Units % Recovlimits RPO 

ug/L 97.4 75 - 125 2.28 

ug/L 94.8 75 -125 1.27 

ug/L 99.8 75 - 125 2.33 

ug/L 98.1 75 - 125 2.48 

ug/L 99.2 75 - 125 3.59 

ug/L 93.6 75 - 125 1.07 

ug/L 96.2 75 - 125 2.31 

ug/L 98.6 75 - 125 2.67 

ug/L 90.3 75 - 125 2.41 

ug/L 101 75 - 125 3.83 

ug/L 95.1 75 - 125 2.88 

ug/L 95.5 75 - 125 0.74 

ug/L 103 75 - 125 2.96 
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Analytical Comment Report 

Attention Michael Neely Group# WSCF80001 

Project ltllmber F06-027 

\ 80001001 B1WM07 
ICP-AES spike data is associated with sample W08GR3366 

\ 80001002 B1WM08 
ICP-AES spike data is associated with sample W08GR3366 

\ 80001003 B1WM09 
ICP-AES: MS/MSO (1093/1094)-Sodium sample results exceed spiking level by a factor of 4 so spike recoveries are not valid . 

Sodium sample result exceeds spiking level by a factor of 4 so spike recoveries are not ~alid. 

\ 80001005 B1WM11 
IC: Chloride LCS slightly low at 88.7% for QC Batch 3101 . Affected samples are 80001001 through 80001005. SOB 

I Quality Control Comments 
Department Inorganic 

1039 B1WM21(80000002OUP) 

Analyte Nitrate-N - Anions by Ion Chromatography (Water) 
[1] Sample dup RPO out of limits for nitrate; Analyte concentration below calibration range. DTS 
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Sample Receipt 

December 20, 2008 01 :12:25 

ATTACHMENT4 

SAMPLE RECEIPT 

Consisting of 6 pages 
Including cover page 
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Sample Receipt 

Waste Sampling and Characterization Facility 
P.O. Box 1970 S3-30, Richland WA 99352 

Phone: (509) 373-7004/FAX: (509) 373-7134 

ACKNOWLEDGEMENT OF SAMPLES RECEIVED 

WSCF Laboratory 
PO Box 1000 S3-30 
Richland, WA 99352 

ATTN: Doris Ayres 

Customer Code : 

PO#: 

Work Order#: 

Profile#: 

Proj . Mgr.: 

Phone : 

GRP 

122561/ES20 

80001 

F06-027-261 

The following samples were rece ived from you on 7/30/2008 8 :55:00 AM . They have been scheduled for the 
tests listed beside each sample . If this information is incorrect, please contact your service representative . 
Thank you for us ing Waste Sampling and Characterization Facility. 

Sample# Sample ID 

80001001 B1WM07 

80001002 B1WM08 

80001003 B1WM09 

80001004 B1WM10 

80001005 B1WM11 

80001006 B1WM12 

80001007 B1WM13 

80001008 B1WM14 

80001009 B1WM15 

80001010 B1WM16 

80001011 B1WM17 

Tu es day, S eptombc r 23. 2008 10 :1 3 :3 1 A M 

December 20, 2008 01 : 12:48 

Matrix 

Tests scheduled 

WATER 
6010-W : IC -W 

WATER 
6010-W; IC -W 

WATER 
6010 -W : IC•W 

WATER 
6010-W ; IC•W 

WATER 
6010 -W ; IC -W 

WATER 
6010-W; IC-W 

WATER 

60 10 -W : IC · W 

WATER 
6010 -W ; IC-W 

WATER 
6 0 10 -W ; IC -W 

WATER 
6010-W ; IC -W 

WATER 
60 10 -W : IC -W 

P age 1 of 5 
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Collected 

7/29/2008 09:25 

7/29/2008 09:15 

7/ 29/2008 09:35 

7/ 29/2008 09:15 

7/29/2008 11 :00 

7/29/2008 10 :22 

7/29/2008 10:10 

7/ 29/2008 09:55 

7/29/2008 10:25 

7/29/2008 10:20 

7/29/2008 09:40 

Received 

7/30/2008 08: ! 

7/30/2008 08 :! 

7/30/2008 08:! 

7/30/ 2008 08 :! 

7/30/2008 08 :! 

7/30/2008 08 :! 

7/30/2008 08 : ! 

7/30/2008 08 :! 

7/30/2008 08 :! 

7/30/2008 08 :! 

7/30/ 2008 08:! 
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Sample Receipt 

80001012 

80001013 

Waate Sampling and Characterization Facility 
P.O. Box 1970 S3-30, Richland WA 99352 

Phone: (509) 373-7004/FAX: (509) 373-7134 

B1Wfv118 WATER 7/29/2008 09:50 

6010 -W ; IC -W 

B1Wfv1 19 WATER 7/29/2008 10:15 

6010-W ; IC · W 

Test Acronym Description 
Test Aorony m 

6010-SQ 

6010-W 

IC-W 

IC-WO 

Description 

ICP-AES (S ) 

ICP-AES (W) 

A n ions by IC (W) 

A n ions by IC (QC-Wate r) 

Tuesda y, Scptcrnbcr 23. 2008 10:13 3:2 A r-,,1 P age 2 of 5 
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