
1908446

Karen Waters-Husted

Thursday, September 19, 2019

Ft. Collins,  Colorado

CH2M HILL Plateau Remediation Company
825 Jadwin Avenue
Richland, WA  99352

ALS Workorder:Re:
SURV, August 2019Project Name:
S19-008Project Number:

LIMS Version:  6.909

Thirteen water samples were received from CH2M HILL Plateau Remediation Company, on 8/20/2019.  The samples 
were scheduled for the following analyses:

Dear Ms. Waters-Husted:

Page 1 of 1

Carbon-14 by Liquid Scintillation
Gamma Spectroscopy
GC/MS Volatiles
Metals
Strontium-90

The results for these analyses are contained in the enclosed reports.

Thank you for your confidence in ALS Environmental.  Should you have any questions, please call.

Sincerely,

ALS Environmental
Katie M. OBrien
Project Manager

The data contained in the following report have been reviewed and approved by the personnel listed below.  In 
addition, ALS certifies that the analyses reported herein are true, complete and correct within the limits of the methods 
employed.

ADDRESS 225 Commerce Drive, Fort Collins, Colorado, USA 80524  | PHONE +1 970 490 1511 | FAX +1 970 490 1522
ALS GROUP USA, CORP.  Part of the ALS Laboratory Group  An ALS Limited Company
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Kathleen.Obrien
CHPRC blurb



08/22/2019
0
SIR19-0820

Date Initiated:
Rev. Number:
SIR Number:SAMPLE ISSUE RESOLUTION (SIR) REPORT

S19-008SAF NUM(S):

SAMPLE EVENT INFORMATION

ALSLABORATORY:

3

B3PWH4, B3PWW4, B3PXL9

WATERSAMPLE MATRIX:

SAMPLE NUMBERS:

NUMBER OF SAMPLES:

SAMPLING INFORMATION

ALS1908446SDG NUM(S):

Insufficient Sample Volume Collected

Field Sampling Issue

TYPE:

CLASS:

ISSUE BACKGROUND

For sample B3PXL9, four of the five vials submitted for analysis have headspace > 6  
mm.
For sample B3PWW4, two of the five vials submitted for analysis have headspace > 6  
mm.
For sample B3PWH4, two of the five vials submitted for analysis have headspace > 6  
mm.

DESCRIPTION:

RESOLUTION

ALS proposes that we use the vials without headspace for the final analysis.PROPOSED RESOLUTION:

Accept proposed resolution.FINAL RESOLUTION:

08/22/2019O'BRIEN, KATIE

SUBMITTED BY:

ACCEPTED BY:

CUTSFORTH, EC 08/22/2019

A-6003-640 (REV 4)Page 1 of 1
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Carbon-14 

Case Narrative 
 

CH2M HILL Plateau Remediation Company 
SURV, August 2019 – S19-008 

Work Order Number: 1908446 
 
1. The samples were prepared according to the current revision of SOP 772. 
 
2. The samples were analyzed for the presence of Carbon-14 according to the current revision of 

SOP 704.  The analyses were completed on 09/10/2019. 
 
3. The analysis results for the samples are reported in units of pCi/L. The samples were not 

filtered prior to analysis.   
 

4. The matrix spikes of sample 1908541-3 are shared for this work order. The matrix spikes 
were performed on a CH2M HILL Plateau Remediation Company sample. The results can 
be found in the following report. 

 
5. In accordance with project specific instructions, the evaluation threshold for Relative Percent 

Difference (RPD) has been set at 20%.  RPD is defined as: 

100*
2/)DS(
/DS/RPD

+
−

=  

Where:  S = sample activity result and D = duplicate activity result. RPD is not evaluated for 
sample/duplicate pairs where the reported activity is less than 5 times the sample specific MDC, 
as indicated with an “NC” on the Duplicate Sample Results (RPD) page. The RPD value for 
1908541-3MS and -3MSD is elevated above the 20% control limit at 30%. The DER value for this 
duplicate pair is in control at 2.49 Results are submitted without further qualification. The results 
for the matrix spike duplicate are flagged with an “X” qualifier. 

 
6. No further anomalous situations were encountered during the preparation or analysis of these 

samples.  All remaining quality control criteria were met. 
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The data contained in the following report have been reviewed and approved by the personnel listed 
below.  In addition, ALS certifies that the analyses reported herein are true, complete and correct 
within the limits of the methods employed. 
 
 
______________________________    __9/19/19___ 
Pik Yee Yuen       Date 
Radiochemistry Primary Data Reviewer   

 
 

______________________________    ___________ 
Radiochemistry Final Data Reviewer    Date 
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Carbon-14 by Liquid Scintillation

PAI 704 Rev 12Method Blank Results

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Lab ID: C190906-1MB

Date Analyzed: 10-Sep-19

Date Collected: 06-Sep-19

Sample Matrix: WATER

Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1 Result Units: pCi/l

File Name: B60_05_090901

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

PAI 704 Rev 12

CASNO Requested
 MDC

ALS -- Fort Collins

DL

C-1414762-75-5 U4.87E+02-1.32E+02 +/- 2.90E+02 5.00E+02 NA

Data Package ID: C1908446-1

Page 1 of 1Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - Requested MDC not met.

B3 - Analyte concentration greater than MDC but less than Requested MDC.

B - Analyte concentration greater than MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12

Laboratory Control Sample(s)

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Lab ID: C190906-1LCS

Date Analyzed: 10-Sep-19

Date Collected: 06-Sep-19

Sample Matrix: WATER

Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1 Result Units: pCi/l

File Name: B60_05_090901

ALS -- Fort Collins

Target 
Nuclide

Lab 
Qualifier

Spike Added Contro
l LimitsResults +/- s TPU2

MDC % RecCASNO

C-14 4.70E+03 8.02E+02 4.87E+02 5.110E+03 92.1 75 - 125+/-14762-75-5

Data Package ID: C1908446-1

Page 1 of 1Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Minimum Detectable Concentration

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.

ALS -- Fort Collins

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12

Matrix Spike Results

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: Shared QC

Lab ID: 1908541-3MS

Date Analyzed: 10-Sep-19

Date Collected: 21-Aug-19

Sample Matrix: WATER

Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  C14_LSC: COM

ALS -- Fort Collins

Target 
Nuclide

Matrix 
Spike 

Lab 
Qualifier

Spike 
Added

Control
 Limits

Sample 
Results

MDC % RecCASNO

C-14 5.53E+03 8.14E+01 4.87E+02 5.100E+03 60 - 14010714762-75-5

Data Package ID: C1908446-1

Page 1 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:
Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

MDC - Sample specific Minimum Detectable ConcentrationU   - Result is less than the sample specific MDC.

N - Matrix Spike Recovery outside control limits

Y1 - Chemical Yield in control at 100-110%.  Quantitative yield is assumed.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.

P - Matrix Spike Recovery within control limits

ALS -- Fort Collins

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12

Matrix Spike Results

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: Shared QC

Lab ID: 1908541-3MSD

Date Analyzed: 10-Sep-19

Date Collected: 21-Aug-19

Sample Matrix: WATER

Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  C14_LSC: COM

ALS -- Fort Collins

Target 
Nuclide

Matrix 
Spike 

Lab 
Qualifier

Spike 
Added

Control
 Limits

Sample 
Results

MDC % RecCASNO

C-14 4.08E+03 8.14E+01 4.87E+02 X5.100E+03 60 - 14078.314762-75-5

Data Package ID: C1908446-1

Page 2 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:
Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

MDC - Sample specific Minimum Detectable ConcentrationU   - Result is less than the sample specific MDC.

N - Matrix Spike Recovery outside control limits

Y1 - Chemical Yield in control at 100-110%.  Quantitative yield is assumed.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.

P - Matrix Spike Recovery within control limits

ALS -- Fort Collins

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12
Sample Results

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: Shared QC

Lab ID: 1908541-3

Date Analyzed: 10-Sep-19

Date Collected: 21-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

CASNO

ALS -- Fort Collins

Requested 
MDC

DL

C-14 U4.87E+028.14E+01 +/- 2.93E+0214762-75-5 5E+02 NA

Data Package ID: C1908446-1

Page 3 of 3Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12

Duplicate Sample Results (DER)

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: Shared QC

Lab ID: 1908541-3MSD

Date Analyzed: 10-Sep-19

Date Collected: 21-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Prep Basis: Unfiltered
Moisture(%): NA

ALS -- Fort Collins

Analyte DER 
Lim

CASNO          Sample                   Duplicate          
Result +/- s TPU2 Result +/- s TPU2MDC Flags FlagsMDC

DER

C-14 2.49 314762-75-5 X4.08E+03 +/- 7.14E+025.53E+03 +/- 9.20E+02 4.87E+02 4.87E+02

Data Package ID: C1908446-1

Page 2 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Duplicate Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty

DER - Duplicate Error Ratio

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

LT - Result is less than Request MDC, greater than sample specific MDC

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

ALS -- Fort Collins

D - DER is greater than Control Limit of  3

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12

Duplicate Sample Results (RPD)

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: Shared QC

Lab ID: 1908541-3MSD

Date Analyzed: 10-Sep-19

Date Collected: 21-Aug-19

Sample Matrix: WATER

Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Prep Basis: Unfiltered
Moisture(%): NA

ALS -- Fort Collins

Analyte RPD
 Lim

CASNO          Sample                   Duplicate          
Result +/- s TPU2 Result +/- s TPU2MDC Flags FlagsMDC

RPD

C-14 30.00 2014762-75-5 X4.08E+03 +/- 7.14E+025.53E+03 +/- 9.20E+02 4.87E+02 4.87E+02

Data Package ID: C1908446-1

Page 2 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

NC - Not Calculated for duplicate results less than 5 times MDC

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

+ - Duplicate RPD not within limits.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

ALS -- Fort Collins

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12

Duplicate Sample Results (DER)

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PX07

Lab ID: 1908446-9DUP

Date Analyzed: 09-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Prep Basis: Unfiltered
Moisture(%): NA

ALS -- Fort Collins

Analyte DER 
Lim

CASNO          Sample                   Duplicate          
Result +/- s TPU2 Result +/- s TPU2MDC Flags FlagsMDC

DER

C-14 0.106 314762-75-5 U2.19E+01 +/- 2.92E+020E+00 +/- 2.92E+02 4.87E+02 U 4.87E+02

Data Package ID: C1908446-1

Page 1 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Duplicate Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty

DER - Duplicate Error Ratio

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

LT - Result is less than Request MDC, greater than sample specific MDC

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

ALS -- Fort Collins

D - DER is greater than Control Limit of  3

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12

Duplicate Sample Results (RPD)

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PX07

Lab ID: 1908446-9DUP

Date Analyzed: 09-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Prep Basis: Unfiltered
Moisture(%): NA

ALS -- Fort Collins

Analyte RPD
 Lim

CASNO          Sample                   Duplicate          
Result +/- s TPU2 Result +/- s TPU2MDC Flags FlagsMDC

RPD

C-14 NC 2014762-75-5 U2.19E+01 +/- 2.92E+020E+00 +/- 2.92E+02 4.87E+02 U 4.87E+02

Data Package ID: C1908446-1

Page 1 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

NC - Not Calculated for duplicate results less than 5 times MDC

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

+ - Duplicate RPD not within limits.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

ALS -- Fort Collins

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12
Sample Results

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PX07

Lab ID: 1908446-9

Date Analyzed: 09-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  C14_LSC: COM

CASNO

ALS -- Fort Collins

Requested 
MDC

DL

C-14 U4.87E+020E+00 +/- 2.92E+0214762-75-5 5E+02 NA

Data Package ID: C1908446-1

Page 1 of 3Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12

Sample Duplicate Results

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PX07

Lab ID: 1908446-9DUP

Date Analyzed: 09-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

CASNO Requested
 MDC

ALS -- Fort Collins

DL

C-1414762-75-5 U4.87E+022.19E+01 +/- 2.92E+02 5E+02 NA

Data Package ID: C1908446-1

Page 1 of 1Tuesday, September 17, 2019
Date Printed:

LIMS Version:  6.909

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but thereported activity is greater than the reported MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level

D - DER is greater than Control Limit of  3

ALS1908446 Sept. 24, 2019 Rev. 1
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Carbon-14 by Liquid Scintillation
PAI 704 Rev 12
Sample Results

Prep SOP: PAI 772 Rev 6
Final Aliquot: 2.50 ml

Count Time: 120 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PXB3

Lab ID: 1908446-13

Date Analyzed: 10-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 06-Sep-19

Prep Batch: C190906-1

Run ID: C190906-1A
QCBatchID: C190906-1-1

Result Units: pCi/l
File Name: B60_05_090901

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  C14_LSC: COM

CASNO

ALS -- Fort Collins

Requested 
MDC

DL

C-14 U4.87E+021.32E+02 +/- 2.95E+0214762-75-5 5E+02 NA

Data Package ID: C1908446-1

Page 2 of 3Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level
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Prep Batch ID:  C190906-1

Start Date: 09/06/19
Start Time: 8:48

End Date: 09/06/19
End Time: 8:48

Prep Analyst: Mikenna I. Gapinski

Comments:

Concentration Method: NONE

Validated By: mig

Date Validated: 09/06/19

Time Validated: 14:58

Batch Created By: mig

Date Created: 09/06/19

Time Created: 8:48Initial Volume Units: ml

Final Volume Units: ml

Extract Method: PAI 7726

QC Batch ID: C190906-1-1

Lab ID
QC 

Type Matrix
Initial 
Wt/Vol

Final 
Wt/Vol

Cleanup 
Method

Cleanup 
DF

Date 
Collected

Order 
NumberField ID

MB WATER NONE 1XXXXXX 25 2.5 1908376XXXXXXC190906-1

MB WATER NONE 1XXXXXX 25 2.5 1908376XXXXXXC190906-1CB1

MB WATER NONE 1XXXXXX 25 2.5 1908376XXXXXXC190906-1CB2

MB WATER NONE 1XXXXXX 25 2.5 1908376XXXXXXC190906-1CB3

LCS WATER NONE 1XXXXXX 25 2.5 1908376XXXXXXC190906-1

MS WATER NONE 1XXXXXX 25 2.5 1908541XXXXXX1908541-3

MSD WATER NONE 1XXXXXX 25 2.5 1908541XXXXXX1908541-3

DUP WATER NONE 18/16/2019 25 2.5 1908446B3PX071908446-9

SMP WATER NONE 1XXXXXX 25 2.5 1908376XXXXXX1908376-13

SMP WATER NONE 18/16/2019 25 2.5 1908446B3PXB31908446-13

SMP WATER NONE 18/16/2019 25 2.5 1908446B3PX071908446-9

SMP WATER NONE 1XXXXXX 25 2.5 1908541XXXXXX1908541-3

QC Types

CAR Carrier reference sample DLS Detection Limit Standard

DUP Laboratory Duplicate LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification

LOQV Limit of Quantitation Verification MB Method Blank

MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate

REP Sample replicate RVS Reporting Level Verification Standar

SMP Field Sample SYS Sample Yield Spike

Page 1 of 1 Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

ALS -- Fort Collins
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Gamma Spectroscopy 

Case Narrative 
 

CH2M HILL Plateau Remediation Company 
SURV, August 2019 – S19-008 

Work Order Number: 1908446 
 
1. The samples were prepared according to the current revision of SOP739. 
 
2. The samples were analyzed for the presence of gamma emitting radionuclides according to the 

current revision of SOP713.  The analyses were completed on 09/13/2019. 
 
3. The analysis results for the samples are reported in units of pCi/L.  The samples were not filtered 

prior to analysis.    
 
4. Sample volumes were insufficient to allow preparation of a duplicate.  A duplicate analysis of 

sample 1908446-12 was performed in lieu of a prepared duplicate. 
 

5. In accordance with project specific instructions, the evaluation threshold for Relative Percent 
Difference (RPD) has been set at 20%.  RPD is defined as: 

100*
2/)DS(
/DS/RPD

+
−

=  

Where:  S = sample activity result and D = duplicate activity result.  RPD is not evaluated for 
sample/duplicate pairs where the reported activity is less than 5 times the sample specific MDC, 
as indicated with an “NC” on the Duplicate Sample Results (RPD) page.  
 

6. No problems were encountered with either the client samples or the associated quality control 
samples.  All quality control criteria were met. 
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The data contained in the following report have been reviewed and approved by the personnel listed 
below.  In addition, ALS certifies that the analyses reported herein are true, complete and correct within 
the limits of the methods employed. 
 
 
_______________________________   __9/19/19____    
Pik Yee Yuen       Date 
Radiochemistry Primary Data Reviewer 
  

 
_______________________________   ____________ 
Radiochemistry Final Data Reviewer    Date 
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Gamma Spectroscopy Results

PAI 713 Rev 14Method Blank Results

Prep SOP: PAI 739 Rev 12
FANP.LIB

Final Aliquot: 1000 ml

Library:
Count Time: 1000 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Lab ID: GS190909-3MB

Date Analyzed: 13-Sep-19

Date Collected: 09-Sep-19

Sample Matrix: WATER

Date Prepared: 09-Sep-19

Prep Batch: GS190909-3

Run ID: GS190909-3A
QCBatchID: GS190909-3-1 Result Units: pCi/l

File Name: 190892d09

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

PAI 713 Rev 14

CASNO Requested
 MDC

ALS -- Fort Collins

DL

Co-6010198-40-0 U4.56E+007.94E-02 +/- 2.63E+00 NA

Cs-13710045-97-3 U4.27E+007.21E-01 +/- 2.54E+00 1.00E+01 NA

Eu-15214683-23-9 U2.30E+019.07E+00 +/- 1.39E+01 NA

Eu-15415585-10-1 U2.56E+012.65E+00 +/- 1.51E+01 NA

Eu-15514391-16-3 U6.90E+002.16E+00 +/- 4.17E+00 NA

Data Package ID: GSW1908446-1

Page 1 of 1Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

TI - Nuclide identification is tentative. 

Comments:

U   - Result is less than the sample specific MDC or less than the associated TP
U.

SQ - Spectral quality prevents accurate quantitation.

SI - Nuclide identification  and/or quantitation is tentative.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

R - Nuclide has exceeded 8 halflives. 

M - Requested MDC not met.

B3 - Analyte concentration greater than MDC but less than Requested MDC.

B - Analyte concentration greater than MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level
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Gamma Spectroscopy Results
PAI 713 Rev 14

Laboratory Control Sample(s)

Prep SOP: PAI 739 Rev 12
ANALYTICAL.LI

Final Aliquot: 1000 ml

Library:
Count Time: 30 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Lab ID: GS190909-3LCS

Date Analyzed: 11-Sep-19

Date Collected: 09-Sep-19

Sample Matrix: WATER

Date Prepared: 09-Sep-19

Prep Batch: GS190909-3

Run ID: GS190909-3A
QCBatchID: GS190909-3-1 Result Units: pCi/l

File Name: 191376d03

ALS -- Fort Collins

Target 
Nuclide

Lab 
Qualifier

Spike Added Contro
l LimitsResults +/- s TPU2

MDC % RecCASNO

Am-241 1.04E+05 1.23E+04 1.83E+03 1.010E+05 102 85 - 115+/-14596-10-2

Co-60 4.06E+04 4.77E+03 1.52E+02 4.080E+04 99.6 85 - 115+/-10198-40-0

Cs-137 3.85E+04 4.53E+03 2.24E+02 3.800E+04 101 85 - 115+/-10045-97-3

Data Package ID: GSW1908446-1

Page 1 of 1Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Minimum Detectable Concentration

U   - Result is less than the sample specific MDC or less than the associated TP
U.
Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.
TI - Nuclide identification is tentative. 

SQ - Spectral quality prevents accurate quantitation.

SI - Nuclide identification  and/or quantitation is tentative.

R - Nuclide has exceeded 8 halflives. 
M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.

ALS -- Fort Collins
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Gamma Spectroscopy Results
PAI 713 Rev 14

Duplicate Sample Results (DER)

Prep SOP: PAI 739 Rev 12

FANP.LIB

Final Aliquot: 1000 ml

Library: Count Time: 270 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PX98

Lab ID: 1908446-12DUP

Date Analyzed: 12-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 09-Sep-19

Prep Batch: GS190909-3

Run ID: GS190909-3A
QCBatchID: GS190909-3-1

Result Units: pCi/l
File Name: 190868d07

Prep Basis: Unfiltered
Moisture(%): NA

ALS -- Fort Collins

Analyte DER 
Lim

CASNO          Sample                   Duplicate          
Result +/- s TPU2 Result +/- s TPU2MDC Flags FlagsMDC

DER

Co-60 1.05 310198-40-0 U5.05E+00 +/- 4.20E+008.33E+00 +/- 4.64E+00 9.32E+00 U 9.24E+00

Cs-137 0.529 310045-97-3 U-1.88E+00 +/- 4.96E+00-3.69E+00 +/- 4.72E+00 8.42E+00 U 8.87E+00

Eu-152 0.182 314683-23-9 U-6.26E+00 +/- 2.61E+01-9.76E+00 +/- 2.82E+01 5.06E+01 U 4.77E+01

Eu-154 0.107 315585-10-1 U-1.44E+01 +/- 2.71E+01-1.65E+01 +/- 2.75E+01 4.95E+01 U 4.98E+01

Eu-155 0.457 314391-16-3 U3.28E+00 +/- 1.54E+017.74E+00 +/- 1.20E+01 1.97E+01 U 2.60E+01

Data Package ID: GSW1908446-1

Page 1 of 1Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Duplicate Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty

DER - Duplicate Error Ratio

TI - Nuclide identification is tentative. 

SQ - Spectral quality prevents accurate quantitation.

SI - Nuclide identification  and/or quantitation is tentative.

R - Nuclide has exceeded 8 halflives. 

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

LT - Result is less than Request MDC, greater than sample specific MDC

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

G - Sample density differs by more than 15% of LCS density.

ALS -- Fort Collins

D - DER is greater than Control Limit of  3
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Gamma Spectroscopy Results
PAI 713 Rev 14

Duplicate Sample Results (RPD)

Prep SOP: PAI 739 Rev 12

FANP.LIB

Final Aliquot: 1000 ml

Library: Count Time: 270 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PX98

Lab ID: 1908446-12DUP

Date Analyzed: 12-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Report Basis: Unfiltered
Date Prepared: 09-Sep-19

Prep Batch: GS190909-3

Run ID: GS190909-3A
QCBatchID: GS190909-3-1

Result Units: pCi/l
File Name: 190868d07

Prep Basis: Unfiltered
Moisture(%): NA

ALS -- Fort Collins

Analyte RPD
 Lim

CASNO          Sample                   Duplicate          
Result +/- s TPU2 Result +/- s TPU2MDC Flags FlagsMDC

RPD

Co-60 NC 2010198-40-0 U5.05E+00 +/- 4.20E+008.33E+00 +/- 4.64E+00 9.32E+00 U 9.24E+00

Cs-137 NC 2010045-97-3 U-1.88E+00 +/- 4.96E+00-3.69E+00 +/- 4.72E+00 8.42E+00 U 8.87E+00

Eu-152 NC 2014683-23-9 U-6.26E+00 +/- 2.61E+01-9.76E+00 +/- 2.82E+01 5.06E+01 U 4.77E+01

Eu-154 NC 2015585-10-1 U-1.44E+01 +/- 2.71E+01-1.65E+01 +/- 2.75E+01 4.95E+01 U 4.98E+01

Eu-155 NC 2014391-16-3 U3.28E+00 +/- 1.54E+017.74E+00 +/- 1.20E+01 1.97E+01 U 2.60E+01

Data Package ID: GSW1908446-1

Page 1 of 1Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty

TI - Nuclide identification is tentative. 

SQ - Spectral quality prevents accurate quantitation.

SI - Nuclide identification  and/or quantitation is tentative.

R - Nuclide has exceeded 8 halflives. 

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

NC - Not Calculated for duplicate results less than 5 times MDC

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

+ - Duplicate RPD not within limits.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

G - Sample density differs by more than 15% of LCS density.

ALS -- Fort Collins
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Gamma Spectroscopy Results
PAI 713 Rev 14
Sample Results

Prep SOP: PAI 739 Rev 12

FANP.LIB

Final Aliquot: 1000 ml

Library: Count Time: 500 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PX98

Lab ID: 1908446-12

Date Analyzed: 11-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 09-Sep-19

Prep Batch: GS190909-3

Run ID: GS190909-3A
QCBatchID: GS190909-3-1

Result Units: pCi/l
File Name: 191973d04

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  GAMMA_GS: CO

CASNO

ALS -- Fort Collins

Requested 
MDC

DL

Co-60 U9.32E+008.33E+00 +/- 4.64E+0010198-40-0 NA

Cs-137 U8.42E+00-3.69E+00 +/- 4.72E+0010045-97-3 1E+01 NA

Eu-152 U5.06E+01-9.76E+00 +/- 2.82E+0114683-23-9 NA

Eu-154 U4.95E+01-1.65E+01 +/- 2.75E+0115585-10-1 NA

Eu-155 U1.97E+017.74E+00 +/- 1.20E+0114391-16-3 NA

Data Package ID: GSW1908446-1

Page 1 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

TI - Nuclide identification is tentative. 

Comments:

U   - Result is less than the sample specific MDC or less than the associated TP
U.

SQ - Spectral quality prevents accurate quantitation.

SI - Nuclide identification  and/or quantitation is tentative.Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

R - Nuclide has exceeded 8 halflives. 

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit

G - Sample density differs by more than 15% of LCS density.

ALS -- Fort Collins

DL - Decision Level

ALS1908446 Sept. 24, 2019 Rev. 1
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Gamma Spectroscopy Results
PAI 713 Rev 14

Sample Duplicate Results

Prep SOP: PAI 739 Rev 12

FANP.LIB

Final Aliquot: 1000 ml

Library: Count Time: 270 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PX98

Lab ID: 1908446-12DUP

Date Analyzed: 12-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Report Basis: Unfiltered
Date Prepared: 09-Sep-19

Prep Batch: GS190909-3

Run ID: GS190909-3A
QCBatchID: GS190909-3-1

Result Units: pCi/l
File Name: 190868d07

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

CASNO Requested
 MDC

ALS -- Fort Collins

DL

Co-6010198-40-0 U9.24E+005.05E+00 +/- 4.20E+00 NA

Cs-13710045-97-3 U8.87E+00-1.88E+00 +/- 4.96E+00 1E+01 NA

Eu-15214683-23-9 U4.77E+01-6.26E+00 +/- 2.61E+01 NA

Eu-15415585-10-1 U4.98E+01-1.44E+01 +/- 2.71E+01 NA

Eu-15514391-16-3 U2.60E+013.28E+00 +/- 1.54E+01 NA

Data Package ID: GSW1908446-1

Page 1 of 1Tuesday, September 17, 2019
Date Printed:

LIMS Version:  6.909

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

TI - Nuclide identification is tentative. 

U   - Result is less than the sample specific MDC or less than the associated TPU. SQ - Spectral quality prevents accurate quantitation.

SI - Nuclide identification  and/or quantitation is tentative.

R - Nuclide has exceeded 8 halflives. 

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but thereported activity is greater than the reported MDC.

BDL - Below Detection Limit

G - Sample density differs by more than 15% of LCS density.

ALS -- Fort Collins

DL - Decision Level

D - DER is greater than Control Limit of  3
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Gamma Spectroscopy Results
PAI 713 Rev 14
Sample Results

Prep SOP: PAI 739 Rev 12

FANP.LIB

Final Aliquot: 1000 ml

Library: Count Time: 270 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PXB3

Lab ID: 1908446-13

Date Analyzed: 12-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 09-Sep-19

Prep Batch: GS190909-3

Run ID: GS190909-3A
QCBatchID: GS190909-3-1

Result Units: pCi/l
File Name: 190992d08

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  GAMMA_GS: CO

CASNO

ALS -- Fort Collins

Requested 
MDC

DL

Co-60 U9.01E+00-4.47E+00 +/- 4.58E+0010198-40-0 NA

Cs-137 U7.27E+00-1.98E+00 +/- 3.99E+0010045-97-3 1E+01 NA

Eu-152 U4.44E+01-1.05E+01 +/- 2.37E+0114683-23-9 NA

Eu-154 U3.99E+019.04E+00 +/- 2.33E+0115585-10-1 NA

Eu-155 U1.31E+016.81E+00 +/- 8.03E+0014391-16-3 NA

Data Package ID: GSW1908446-1

Page 2 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

TI - Nuclide identification is tentative. 

Comments:

U   - Result is less than the sample specific MDC or less than the associated TP
U.

SQ - Spectral quality prevents accurate quantitation.

SI - Nuclide identification  and/or quantitation is tentative.Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

R - Nuclide has exceeded 8 halflives. 

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit

G - Sample density differs by more than 15% of LCS density.

ALS -- Fort Collins

DL - Decision Level
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Prep Batch ID:  GS190909-3

Start Date: 09/09/19
Start Time: 11:01

End Date: 09/09/19
End Time: 11:01

Prep Analyst: Alex H. Jouney

Comments:

Concentration Method: NONE

Validated By: smg

Date Validated: 09/09/19

Time Validated: 14:51

Batch Created By: jmk

Date Created: 09/09/19

Time Created: 11:01Initial Volume Units: ml

Final Volume Units: ml

Extract Method: PAI 73912

QC Batch ID: GS190909-3-1

Lab ID
QC 

Type Matrix
Initial 
Wt/Vol

Final 
Wt/Vol

Cleanup 
Method

Cleanup 
DF

Date 
Collected

Order 
NumberField ID

MB WATER NONE 1XXXXXX 1000 1000 1908446XXXXXXGS190909-3

LCS WATER NONE 1XXXXXX 1000 1000 1908446XXXXXXGS190909-3

DUP WATER NONE 18/16/2019 1000 1000 1908446B3PX981908446-12

SMP WATER NONE 18/16/2019 1000 1000 1908446B3PX981908446-12

SMP WATER NONE 18/16/2019 1000 1000 1908446B3PXB31908446-13

QC Types

CAR Carrier reference sample DLS Detection Limit Standard

DUP Laboratory Duplicate LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification

LOQV Limit of Quantitation Verification MB Method Blank

MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate

REP Sample replicate RVS Reporting Level Verification Standar

SMP Field Sample SYS Sample Yield Spike

Page 1 of 1 Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

ALS -- Fort Collins
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GC/MS Volatiles 

Case Narrative 
 

CH2M HILL Plateau Remediation Company 
SURV, August 2019 – S19-008 

Work Order Number:  1908446 
 
1. These samples were prepared according to SW-846, 3rd Edition procedures.  Specifically, the 

water samples were prepared using purge and trap procedures based on Method 5030C. 
 
2. The samples were analyzed using GC/MS with an RTX-624, RTX-VMS, or equivalent capillary 

column according to the current revision of SOP 525 based on SW-846 Method 8260.  All 
positive results were quantitated against the initial calibration standards using the internal 
standard technique.  The identification of positive results was achieved by a comparison of the 
retention time and mass spectrum of the sample versus the daily calibration standard. 

 
3. All initial calibration criteria were met. 
 
4. All initial calibrations are verified by comparing a second source standard calibration verification 

(ICV) against the calibration curve.  All criteria for initial calibration verification were met.  
 
5. Per the guidance in methods 8000 and 8260, all compounds in each of the daily (continuing) 

calibration verifications had sufficient response to support accurate quantitation of the data 
included in this report. 
 

6. Methylene chloride, acetone and 2-butanone are common laboratory contaminants.  In order to 
minimize the levels of these compounds detected in the gc/ms analysis, ALS has designated its 
volatile laboratory as a restricted access area.  In addition, the laboratory has been equipped with 
a dedicated, air intake and exhaust system that operates under positive pressure in order to 
minimize cross contamination of these compounds.  Due to fluctuations in ambient laboratory 
conditions, reported sample values for common laboratory contaminants may be due to lab 
contamination even if the compound in question is not detected in the associated method blank. 

 
 All method blank criteria were met. 
 
7. All laboratory control sample and laboratory control sample duplicate recoveries and RPDs were 

within the acceptance criteria.  
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8. Sample 1908446-10 was designated as the quality control sample for this analysis.  Similarity of 
matrix and therefore relevance of the QC results should not be automatically inferred for any 
sample other than the native sample selected for QC.  

 
All matrix spike and matrix spike duplicate recoveries and RPDs were within acceptance criteria.  

 
9. The samples were analyzed within the established holding time. 
 
10. All surrogate recoveries were within acceptance criteria.  
 
11. All internal standard recoveries were within acceptance criteria.  
 
12. Manual integrations are performed when needed to provide consistent and defensible data 

following the guidelines in the current revision of SOP 939.   
 
 
 
The data contained in the following report have been reviewed and approved by the personnel listed 
below.  In addition, ALS certifies that the analyses reported herein are true, complete and correct within 
the limits of the methods employed. 
 
 
_______________________________   __9/10/19____ 
Mindy Norton       Date 
Organics Primary Data Reviewer 
 
 
_______________________________   ____________ 
Organics Final Data Reviewer     Date  
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Mindy's Signature

Kathleen.Obrien
Typewritten Text
9/15/19

Kathleen.Obrien
Katie's Signature



 

 
 

ALS 
Data Qualifier Flags 
Organics 
 
 
 
 
 
U or ND: This flag indicates that the compound was analyzed for but not detected. 
 
J: This flag indicates an estimated value.  This flag is used as follows :  (1)  

when estimating a concentration for tentatively identified compounds 
(TICs) where a 1:1 response is assumed; (2)  when the mass spectral and 
retention time data indicate the presence of a compound that meets the 
volatile and semivolatile GC/MS identification criteria, and the result is 
less than the reporting limit (RL) but greater than the method detection 
limit (MDL); (3)  when the retention time data indicate the presence of a 
compound that meets the GC identification criteria, and the result is less 
than the RL but greater than the MDL; and (4) the reported value is 
estimated.   

 
B: This flag is used when the analyte is detected in the associated method 

blank as well as in the sample.  It indicates probable blank contamination 
and warns the data user.  This flag shall be used for a tentatively identified 
compound (TIC) as well as for a positively identified target compound.   

 
E: This flag identifies compounds whose concentration exceeds the upper 

level of the calibration range. 
 
A: This flag indicates that a tentatively identified compound is a suspected 

aldol-condensation product. 
 
X: This flag indicates that the analyte was diluted below an accurate 

quantitation level. 
 
*: This flag indicates that a spike recovery is equal to or outside the control 

criteria used.   
 
+: This flag indicates that the relative percent difference (RPD) equals or exceeds 

the control criteria.   
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Date Analyzed: 21-Aug-19

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 21-Aug-19

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A

ml
ml

Run ID: VL190821-3A
QCBatchID: VL190821-3-1

Method Blank

Lab ID: VL190821-3MB

UG/LResult Units:

File Name: C88485

Clean DF: 1

ALS -- Fort Collins

CASNO Target Analyte DF Result Reporting 
Limit

Result 
Qualifier

MDL

75-01-4 VINYL CHLORIDE 11 0.150.15 U

75-35-4 1,1-DICHLOROETHENE 11 0.30.3 U

67-64-1 ACETONE 101 33 U

75-15-0 CARBON DISULFIDE 11 0.30.3 U

75-09-2 METHYLENE CHLORIDE 11 0.340.34 U

75-34-3 1,1-DICHLOROETHANE 11 0.30.3 U

78-93-3 2-BUTANONE 101 33 U

67-66-3 CHLOROFORM 11 0.30.3 U

71-55-6 1,1,1-TRICHLOROETHANE 11 0.30.3 U

56-23-5 CARBON TETRACHLORIDE 11 0.150.15 U

107-06-2 1,2-DICHLOROETHANE 11 0.150.15 U

71-43-2 BENZENE 11 0.30.3 U

79-01-6 TRICHLOROETHENE 11 0.50.5 U

108-10-1 4-METHYL-2-PENTANONE 101 33 U

108-88-3 TOLUENE 11 0.30.3 U

79-00-5 1,1,2-TRICHLOROETHANE 11 0.30.3 U

127-18-4 TETRACHLOROETHENE 11 0.30.3 U

108-90-7 CHLOROBENZENE 11 0.30.3 U

100-41-4 ETHYLBENZENE 11 0.30.3 U

1330-20-7 TOTAL XYLENES 11 1 U

Page 1 of 2Tuesday, September 10, 2019Date Printed:

Data Package ID: VL1908446-1

LIMS Version:  6.907

ALS -- Fort Collins
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Date Analyzed: 21-Aug-19

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 21-Aug-19

Sample Aliquot: 1
Final Volume: 1

Prep Batch: VL190821-3
% Moisture: N/A

ml
ml

Run ID: VL190821-3A
QCBatchID: VL190821-3-1

Method Blank

Lab ID: VL190821-3MB

UG/LResult Units:

File Name: C88485

Clean DF: 1

ALS -- Fort Collins

CASNO Target Analyte DF Result Reporting 
Limit

Result 
Qualifier

MDL

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

460-00-4 4-BROMOFLUOROBENZENE 25.4 25 101 85 - 115

1868-53-7 DIBROMOFLUOROMETHANE 25.3 25 101 84 - 118

2037-26-5 TOLUENE-D8 25 25 100 85 - 115

Page 2 of 2Tuesday, September 10, 2019Date Printed:

Data Package ID: VL1908446-1

LIMS Version:  6.907

ALS -- Fort Collins
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Field ID: B3PXL9

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A ml

mlRun ID: VL190821-3A
QCBatchID: VL190821-3-1

Sample Results

Result Units: UG/L

File Name: C88486

Lab ID: 1908446-3

Clean DF: 1
Prep Method: SW5030 Rev C

Analysis ReqCode:  8260_VOA_GCM

ALS -- Fort Collins

Analyst: Joe Kostelnik

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

75-01-4 11VINYL CHLORIDE U 0.150.15

75-35-4 111,1-DICHLOROETHENE U 0.30.3

67-64-1 101ACETONE U 33

75-15-0 11CARBON DISULFIDE U 0.30.3

75-09-2 11METHYLENE CHLORIDE J 0.340.6

75-34-3 111,1-DICHLOROETHANE U 0.30.3

78-93-3 1012-BUTANONE U 33

67-66-3 11CHLOROFORM U 0.30.3

71-55-6 111,1,1-TRICHLOROETHANE U 0.30.3

56-23-5 11CARBON TETRACHLORIDE U 0.150.15

107-06-2 111,2-DICHLOROETHANE U 0.150.15

71-43-2 11BENZENE U 0.30.3

79-01-6 11TRICHLOROETHENE U 0.50.5

108-10-1 1014-METHYL-2-PENTANONE U 33

108-88-3 11TOLUENE U 0.30.3

79-00-5 111,1,2-TRICHLOROETHANE U 0.30.3

127-18-4 11TETRACHLOROETHENE U 0.30.3

108-90-7 11CHLOROBENZENE U 0.30.3

100-41-4 11ETHYLBENZENE U 0.30.3

1330-20-7 11TOTAL XYLENES U1

Page 1 of 9Tuesday, September 10, 2019Date Printed:

Data Package ID: VL1908446-1

LIMS Version:  6.907

ALS -- Fort Collins
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Field ID: B3PXL9

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 1
Final Volume: 1

Prep Batch: VL190821-3
% Moisture: N/A ml

mlRun ID: VL190821-3A
QCBatchID: VL190821-3-1

Sample Results

Result Units: UG/L

File Name: C88486

Lab ID: 1908446-3

Clean DF: 1
Prep Method: SW5030 Rev C

Analysis ReqCode:  8260_VOA_GCM

ALS -- Fort Collins

Analyst: Joe Kostelnik

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

460-00-4 4-BROMOFLUOROBENZENE 25.8 25 103 85 - 115

1868-53-7 DIBROMOFLUOROMETHANE 25.4 25 102 84 - 118

2037-26-5 TOLUENE-D8 25.2 25 101 85 - 115

Page 2 of 9Tuesday, September 10, 2019Date Printed:

Data Package ID: VL1908446-1

LIMS Version:  6.907

ALS -- Fort Collins
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Field ID: B3PXM0

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A ml

mlRun ID: VL190821-3A
QCBatchID: VL190821-3-1

Sample Results

Result Units: UG/L

File Name: C88487

Lab ID: 1908446-4

Clean DF: 1
Prep Method: SW5030 Rev C

Analysis ReqCode:  8260_VOA_GCM

ALS -- Fort Collins

Analyst: Joe Kostelnik

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

75-01-4 11VINYL CHLORIDE U 0.150.15

75-35-4 111,1-DICHLOROETHENE U 0.30.3

67-64-1 101ACETONE U 33

75-15-0 11CARBON DISULFIDE U 0.30.3

75-09-2 11METHYLENE CHLORIDE U 0.340.34

75-34-3 111,1-DICHLOROETHANE U 0.30.3

78-93-3 1012-BUTANONE U 33

67-66-3 11CHLOROFORM J 0.30.53

71-55-6 111,1,1-TRICHLOROETHANE U 0.30.3

56-23-5 11CARBON TETRACHLORIDE U 0.150.15

107-06-2 111,2-DICHLOROETHANE U 0.150.15

71-43-2 11BENZENE U 0.30.3

79-01-6 11TRICHLOROETHENE U 0.50.5

108-10-1 1014-METHYL-2-PENTANONE U 33

108-88-3 11TOLUENE U 0.30.3

79-00-5 111,1,2-TRICHLOROETHANE U 0.30.3

127-18-4 11TETRACHLOROETHENE U 0.30.3

108-90-7 11CHLOROBENZENE U 0.30.3

100-41-4 11ETHYLBENZENE U 0.30.3

1330-20-7 11TOTAL XYLENES U1

Page 3 of 9Tuesday, September 10, 2019Date Printed:

Data Package ID: VL1908446-1

LIMS Version:  6.907

ALS -- Fort Collins
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Field ID: B3PXM0

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 1
Final Volume: 1

Prep Batch: VL190821-3
% Moisture: N/A ml

mlRun ID: VL190821-3A
QCBatchID: VL190821-3-1

Sample Results

Result Units: UG/L

File Name: C88487

Lab ID: 1908446-4

Clean DF: 1
Prep Method: SW5030 Rev C

Analysis ReqCode:  8260_VOA_GCM

ALS -- Fort Collins

Analyst: Joe Kostelnik

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

460-00-4 4-BROMOFLUOROBENZENE 25.8 25 103 85 - 115

1868-53-7 DIBROMOFLUOROMETHANE 25.4 25 101 84 - 118

2037-26-5 TOLUENE-D8 25.1 25 100 85 - 115

Page 4 of 9Tuesday, September 10, 2019Date Printed:

Data Package ID: VL1908446-1

LIMS Version:  6.907
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Field ID: B3PWW4

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A ml

mlRun ID: VL190821-3A
QCBatchID: VL190821-3-1

Sample Results

Result Units: UG/L

File Name: C88488

Lab ID: 1908446-5

Clean DF: 1
Prep Method: SW5030 Rev C

Analysis ReqCode:  8260_VOA_GCM

ALS -- Fort Collins

Analyst: Joe Kostelnik

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

75-01-4 11VINYL CHLORIDE U 0.150.15

75-35-4 111,1-DICHLOROETHENE U 0.30.3

67-64-1 101ACETONE U 33

75-15-0 11CARBON DISULFIDE U 0.30.3

75-09-2 11METHYLENE CHLORIDE U 0.340.34

75-34-3 111,1-DICHLOROETHANE U 0.30.3

78-93-3 1012-BUTANONE U 33

67-66-3 11CHLOROFORM J 0.30.37

71-55-6 111,1,1-TRICHLOROETHANE U 0.30.3

56-23-5 11CARBON TETRACHLORIDE U 0.150.15

107-06-2 111,2-DICHLOROETHANE U 0.150.15

71-43-2 11BENZENE U 0.30.3

79-01-6 11TRICHLOROETHENE 0.55.9

108-10-1 1014-METHYL-2-PENTANONE U 33

108-88-3 11TOLUENE U 0.30.3

79-00-5 111,1,2-TRICHLOROETHANE U 0.30.3

127-18-4 11TETRACHLOROETHENE U 0.30.3

108-90-7 11CHLOROBENZENE U 0.30.3

100-41-4 11ETHYLBENZENE U 0.30.3

1330-20-7 11TOTAL XYLENES U1

Page 5 of 9Tuesday, September 10, 2019Date Printed:

Data Package ID: VL1908446-1

LIMS Version:  6.907
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Field ID: B3PWW4

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 1
Final Volume: 1

Prep Batch: VL190821-3
% Moisture: N/A ml

mlRun ID: VL190821-3A
QCBatchID: VL190821-3-1

Sample Results

Result Units: UG/L

File Name: C88488

Lab ID: 1908446-5

Clean DF: 1
Prep Method: SW5030 Rev C

Analysis ReqCode:  8260_VOA_GCM

ALS -- Fort Collins

Analyst: Joe Kostelnik

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

460-00-4 4-BROMOFLUOROBENZENE 25.4 25 102 85 - 115

1868-53-7 DIBROMOFLUOROMETHANE 24.8 25 99 84 - 118

2037-26-5 TOLUENE-D8 25.4 25 101 85 - 115

Page 6 of 9Tuesday, September 10, 2019Date Printed:
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Field ID: B3PWH4

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A ml

mlRun ID: VL190821-3A
QCBatchID: VL190821-3-1

Sample Results

Result Units: UG/L

File Name: C88489

Lab ID: 1908446-8

Clean DF: 1
Prep Method: SW5030 Rev C

Analysis ReqCode:  8260_VOA_GCM

ALS -- Fort Collins

Analyst: Joe Kostelnik

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

75-01-4 11VINYL CHLORIDE U 0.150.15

75-35-4 111,1-DICHLOROETHENE U 0.30.3

67-64-1 101ACETONE U 33

75-15-0 11CARBON DISULFIDE U 0.30.3

75-09-2 11METHYLENE CHLORIDE U 0.340.34

75-34-3 111,1-DICHLOROETHANE U 0.30.3

78-93-3 1012-BUTANONE U 33

67-66-3 11CHLOROFORM J 0.30.34

71-55-6 111,1,1-TRICHLOROETHANE U 0.30.3

56-23-5 11CARBON TETRACHLORIDE U 0.150.15

107-06-2 111,2-DICHLOROETHANE U 0.150.15

71-43-2 11BENZENE U 0.30.3

79-01-6 11TRICHLOROETHENE 0.56.7

108-10-1 1014-METHYL-2-PENTANONE U 33

108-88-3 11TOLUENE U 0.30.3

79-00-5 111,1,2-TRICHLOROETHANE U 0.30.3

127-18-4 11TETRACHLOROETHENE U 0.30.3

108-90-7 11CHLOROBENZENE U 0.30.3

100-41-4 11ETHYLBENZENE U 0.30.3

1330-20-7 11TOTAL XYLENES U1
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Field ID: B3PWH4

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 1
Final Volume: 1

Prep Batch: VL190821-3
% Moisture: N/A ml

mlRun ID: VL190821-3A
QCBatchID: VL190821-3-1

Sample Results

Result Units: UG/L

File Name: C88489

Lab ID: 1908446-8

Clean DF: 1
Prep Method: SW5030 Rev C

Analysis ReqCode:  8260_VOA_GCM

ALS -- Fort Collins

Analyst: Joe Kostelnik

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

460-00-4 4-BROMOFLUOROBENZENE 25.4 25 101 85 - 115

1868-53-7 DIBROMOFLUOROMETHANE 25.2 25 101 84 - 118

2037-26-5 TOLUENE-D8 24.6 25 98 85 - 115
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Field ID: B3PX12

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A ml

mlRun ID: VL190821-3A
QCBatchID: VL190821-3-3

Sample Results

Result Units: UG/L

File Name: C88490

Lab ID: 1908446-10

Clean DF: 1
Prep Method: SW5030 Rev C

Analysis ReqCode:  8260_VOA_GCM

ALS -- Fort Collins

Analyst: Joe Kostelnik

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

75-09-2 11METHYLENE CHLORIDE U 0.340.34

67-66-3 11CHLOROFORM U 0.30.3

56-23-5 11CARBON TETRACHLORIDE U 0.150.15

79-01-6 11TRICHLOROETHENE U 0.50.5

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

460-00-4 4-BROMOFLUOROBENZENE 25.2 25 101 85 - 115

1868-53-7 DIBROMOFLUOROMETHANE 25.1 25 100 84 - 118

2037-26-5 TOLUENE-D8 25 25 100 85 - 115
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Laboratory Control Sample and Laboratory Control Sample Duplicate
ALS -- Fort Collins

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 08/21/2019

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 08/21/2019

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A

ml
ml

Run ID: VL190821-3A
QCBatchID: VL190821-3-1

Lab ID: VL190821-3LCS

UG/LResult Units:
Clean DF: 1

File Name: C88482Prep Method: SW5030C

VINYL CHLORIDE 10 19.62 96 72 - 123%75-01-4

1,1-DICHLOROETHENE 10 19.46 95 77 - 119%75-35-4

ACETONE 40 1032.1 80 62 - 142%67-64-1

CARBON DISULFIDE 10 110.1 101 76 - 121%75-15-0

METHYLENE CHLORIDE 10 19.56 96 71 - 130%75-09-2

1,1-DICHLOROETHANE 10 110.5 105 83 - 119%75-34-3

2-BUTANONE 40 1038 95 70 - 135%78-93-3

CHLOROFORM 10 110.4 104 82 - 119%67-66-3

1,1,1-TRICHLOROETHANE 10 111.5 115 80 - 120%71-55-6

CARBON TETRACHLORIDE 10 111.9 119 77 - 122%56-23-5

1,2-DICHLOROETHANE 10 110.4 104 74 - 128%107-06-2

BENZENE 10 110.4 104 83 - 117%71-43-2

TRICHLOROETHENE 10 110.6 106 83 - 117%79-01-6

4-METHYL-2-PENTANONE 40 1035.7 89 73 - 125%108-10-1

TOLUENE 10 110.4 104 82 - 113%108-88-3

1,1,2-TRICHLOROETHANE 10 110.1 101 78 - 116%79-00-5

TETRACHLOROETHENE 10 110.9 109 84 - 117%127-18-4

CHLOROBENZENE 10 110.3 103 81 - 113%108-90-7

ETHYLBENZENE 10 110.4 104 81 - 113%100-41-4

M+P-XYLENE 20 121 105 82 - 115%179601-23-

O-XYLENE 10 110.2 102 81 - 115%95-47-6
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Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Laboratory Control Sample and Laboratory Control Sample Duplicate
Lab Name: ALS -- Fort Collins

CASNO Target Analyte LCSD 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCSD 
% Rec.

RPD 
Limit

Date Analyzed: 08/21/2019

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 08/21/2019

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A

ml
ml

Run ID: VL190821-3A
QCBatchID: VL190821-3-1

Lab ID: VL190821-3LCSD

UG/LResult Units:
Clean DF: 1

RPD

File Name: C88483Prep Method: SW5030C

VINYL CHLORIDE 10 19.62 96 2075-01-4 0

1,1-DICHLOROETHENE 10 19.5 95 2075-35-4 0

ACETONE 40 1033.8 84 3067-64-1 5

CARBON DISULFIDE 10 19.65 96 2075-15-0 5

METHYLENE CHLORIDE 10 19.19 92 2075-09-2 4

1,1-DICHLOROETHANE 10 110.2 102 2075-34-3 3

2-BUTANONE 40 1037.1 93 3078-93-3 2

CHLOROFORM 10 110.1 101 2067-66-3 3

1,1,1-TRICHLOROETHANE 10 110.9 109 2071-55-6 5

CARBON TETRACHLORIDE 10 111.6 116 2056-23-5 3

1,2-DICHLOROETHANE 10 110.5 105 20107-06-2 1

BENZENE 10 19.92 99 2071-43-2 4

TRICHLOROETHENE 10 110.4 104 2079-01-6 2

4-METHYL-2-PENTANONE 40 1034.1 85 30108-10-1 5

TOLUENE 10 19.94 99 20108-88-3 4

1,1,2-TRICHLOROETHANE 10 19.58 96 2079-00-5 6

TETRACHLOROETHENE 10 110.8 108 20127-18-4 1

CHLOROBENZENE 10 110.3 103 20108-90-7 0

ETHYLBENZENE 10 110.2 102 20100-41-4 2

M+P-XYLENE 20 120.3 102 20179601-23- 3

O-XYLENE 10 19.8 98 2095-47-6 4
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Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C

GC/MS Volatiles

Laboratory Control Sample and Laboratory Control Sample Duplicate
Lab Name: ALS -- Fort Collins

CASNO Target Analyte LCSD 
Flag

Spike 
Added

LCS % 
Rec.

LCSD 
% Rec.

Control 
Limits

Surrogate Recovery LCS/LCSD

LCS 
Flag

4-BROMOFLUOROBENZENE 25460-00-4 10499 85 - 115

DIBROMOFLUOROMETHANE 251868-53-7 99105 84 - 118

TOLUENE-D8 252037-26-5 9899 85 - 115

Page 3 of 3Tuesday, September 10, 2019Date Printed:

Data Package ID: VL1908446-1

LIMS Version:  6.907

ALS -- Fort Collins

ALS1908446 Sept. 24, 2019 Rev. 1

67 of 107



Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW8260_25C
GC/MS Volatiles

Matrix Spike And Matrix Spike Duplicate

ALS -- Fort Collins

Target Analyte MS 
Result

Reporting 
Limit

MS 
Qual

Spike 
Added

MS % 
Rec.

Control 
Limits

Sample 
Result

Samp 
Qual

CASNO

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A

ml
ml

Run ID: VL190821-3A
QCBatchID: VL190821-3-3

LabID: 1908446-10MS
Field ID: B3PX12

Result Units: UG/L

Prep Method: SW5030 Rev C

File Name: C88491

METHYLENE CHLORIDE 101 93 71 - 130%75-09-2 0.34 U 9.28

CHLOROFORM 101 100 82 - 119%67-66-3 0.3 U 9.95

CARBON TETRACHLORIDE 101 118 77 - 122%56-23-5 0.15 U 11.8

TRICHLOROETHENE 101 100 83 - 117%79-01-6 0.5 U 9.97

Target Analyte Spike 
Added

Reporting 
Limit

MSD % 
Rec.

RPD 
Limit

RPDMSD 
Result

MSD 
Qual

CASNO

Date Analyzed: 21-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-Aug-19

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL190821-3
% Moisture: N/A

ml
ml

Run ID: VL190821-3A
QCBatchID: VL190821-3-3

LabID: 1908446-10MSD
Field ID: B3PX12

Result Units: UG/L

Prep Method: SW5030 Rev C

File Name: C88492

METHYLENE CHLORIDE 201 975-09-2 858.5 10

CHLOROFORM 201 767-66-3 939.28 10

CARBON TETRACHLORIDE 201 856-23-5 10810.8 10

TRICHLOROETHENE 201 479-01-6 959.54 10

CASNO Target Analyte MSD 
Flag

Spike 
Added

MS % 
Rec.

MSD % 
Rec.

Control 
Limits

Surrogate Recovery MS/MSD

MS 
Flag

4-BROMOFLUOROBENZENE 25460-00-4 10299 85 - 115

DIBROMOFLUOROMETHANE 251868-53-7 103105 84 - 118

TOLUENE-D8 252037-26-5 101102 85 - 115
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Prep Batch ID:  VL190821-3

Start Date: 08/21/19
Start Time: 14:45

End Date: 08/21/19
End Time: 22:18

Prep Analyst: Joe Kostelnik

Comments:

Concentration Method: NONE

Validated By: JXK

Date Validated: 08/22/19

Time Validated: 16:19

Batch Created By: JXK

Date Created: 08/22/19

Time Created: 7:51Initial Volume Units: ml

Final Volume Units: ml

Extract Method: SW5030C

QC Batch ID: VL190821-3-1

Lab ID
QC 

Type Matrix
Initial 
Wt/Vol

Final 
Wt/Vol

Cleanup 
Method

Cleanup 
DF

Date 
Collected

Order 
NumberField ID

MB WATER NONE 1XXXXXX 10 10 1908446XXXXXXVL190821-3

LCS WATER NONE 1XXXXXX 10 10 1908446XXXXXXVL190821-3

LCSD WATER NONE 1XXXXXX 10 10 1908446XXXXXXVL190821-3

SMP WATER NONE 18/16/2019 10 10 1908446B3PXL91908446-3

SMP WATER NONE 18/16/2019 10 10 1908446B3PXM01908446-4

SMP WATER NONE 18/16/2019 10 10 1908446B3PWW41908446-5

SMP WATER NONE 18/16/2019 10 10 1908446B3PWH41908446-8

QC Types

CAR Carrier reference sample DLS Detection Limit Standard

DUP Laboratory Duplicate LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification

LOQV Limit of Quantitation Verification MB Method Blank

MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate

REP Sample replicate RVS Reporting Level Verification Standar

SMP Field Sample SYS Sample Yield Spike
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Prep Batch ID:  VL190821-3

Start Date: 08/21/19
Start Time: 14:45

End Date: 08/21/19
End Time: 22:18

Prep Analyst: Joe Kostelnik

Comments:

Concentration Method: NONE

Validated By: JXK

Date Validated: 08/22/19

Time Validated: 16:19

Batch Created By: JXK

Date Created: 08/22/19

Time Created: 7:51Initial Volume Units: ml

Final Volume Units: ml

Extract Method: SW5030C

QC Batch ID: VL190821-3-3

Lab ID
QC 

Type Matrix
Initial 
Wt/Vol

Final 
Wt/Vol

Cleanup 
Method

Cleanup 
DF

Date 
Collected

Order 
NumberField ID

MB WATER NONE 1XXXXXX 10 10 1908446XXXXXXVL190821-3

LCS WATER NONE 1XXXXXX 10 10 1908446XXXXXXVL190821-3

LCSD WATER NONE 1XXXXXX 10 10 1908446XXXXXXVL190821-3

MS WATER NONE 18/16/2019 10 10 1908446B3PX121908446-10

MSD WATER NONE 18/16/2019 10 10 1908446B3PX121908446-10

SMP WATER NONE 18/16/2019 10 10 1908446B3PX121908446-10

QC Types

CAR Carrier reference sample DLS Detection Limit Standard

DUP Laboratory Duplicate LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification

LOQV Limit of Quantitation Verification MB Method Blank

MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate

REP Sample replicate RVS Reporting Level Verification Standar

SMP Field Sample SYS Sample Yield Spike

Page 1 of 1 Tuesday, September 10, 2019Date Printed:
LIMS Version:  6.907

ALS -- Fort Collins

ALS1908446 Sept. 24, 2019 Rev. 1

70 of 107



 

 
Metals 

Case Narrative 
 

CH2M HILL Plateau Remediation Company 
SURV, August 2019 -- S19-008 

Work Order Number:  1908446 
 
1. The samples were prepared and analyzed based on SW-846, 3rd Edition procedures. 
  
 For analysis by Trace ICP and ICP-MS, the samples were digested following method 3005A 

and the current revision of SOP 806. 
 
For analysis by Cold Vapor AA (CVAA), the samples were digested following method 7470A 
and the current revision of SOP 812. 

 
2. Analysis by ICP-MS followed method 6020B and the current revision of SOP 827. 
 

Analysis by Trace ICP followed method 6010D and the current revision of SOP 834. 
 
Analysis by CVAA followed method 7470A and the current revision of SOP 812. 

 
3. All standards and solutions are NIST traceable and were used within their recommended shelf 

life. 
 
4. The samples were prepared and analyzed within the established hold time. 
 
All in house quality control procedures were followed, as described below. 
 
5. General quality control procedures. 
 

• A preparation (method) blank and laboratory control sample were digested and analyzed 
with the samples in each digestion batch.  

• The preparation (method) blank associated with this digestion batch was below the 
reporting limit for the requested analytes.  Sample results have been compared to the 
blank results and are flagged as appropriate.  Sodium, aluminum, chromium, lead, 
manganese and tin were detected above the MDL. 
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• All laboratory control sample criteria were met. 

• All initial and continuing calibration blanks were below the reporting limit for the 
requested analytes with the exception of CCB10 for uranium. The samples bracketed by 
this CCB contained more than ten times the concentration of uranium that was detected 
in the CCB, so no further action was taken. 

• All initial and continuing calibration verifications were within the acceptance criteria for 
the requested analytes.  

• The interference check samples and high standard read-backs associated with Method 
6010D were within acceptance criteria. 

• The interference check samples associated with Method 6020B were analyzed. 
 
6. Matrix specific quality control procedures. 
 
 Sample 1908495-4 was designated as the quality control sample for the mercury analysis. 

Sample 1908464-1 was designated as the quality control sample for the ICP Trace and 
ICPMS analyses.  Results for the shared quality control samples are included at the client’s 
request.    

 
 Similarity of matrix and therefore relevance of the QC results should not be automatically 

inferred for any sample other than the native sample selected for QC. 

• A matrix spike and matrix spike duplicate were digested and analyzed with each batch.  
All acceptance criteria for accuracy and precision were met. 

• A serial dilution was analyzed with each ICP batch.  All acceptance criteria were met. 
 

7. It is a standard practice that samples for ICP-MS are analyzed at a dilution.  The 10X factor can 
be considered an artifact of the prep and does not indicate a secondary dilution and is therefore 
not flagged as a dilution. 
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The data contained in the following report have been reviewed and approved by the personnel listed 
below.  In addition, ALS certifies that the analyses reported herein are true, complete and correct within 
the limits of the methods employed. 
 
 
_______________________________   __9/16/19____ 
Megan Johnstone      Date 
Inorganics Primary Data Reviewer 
 
 
_______________________________   ____________ 
Inorganics Final Data Reviewer    Date 
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Inorganic Data Reporting Qualifiers 
 

The following qualifiers are used as needed by the laboratory when reporting results of 
inorganic analyses. 

 
• Result qualifier -- A “B” is entered if the reported value was obtained from a reading that was 

less than the Reporting Limit but greater than or equal to the Method Detection Limit (MDL).  
If the analyte was analyzed for but not detected a “U” is entered.  For samples, negative 
values are reported as non-detects (“U” flagged).  For blanks, if the absolute value of the 
negative value is above the MDL and below the reporting limit, then the result is “B” flagged. 

 
• QC qualifier -- Specified entries and their meanings are as follows: 
 

E   - The reported value is estimated because of the presence of interference.  An 
explanatory note may be included in the narrative. 

 
M  -  Duplicate injection precision was not met. 
 
N  -  Spiked sample recovery not within control limits.  A post spike is analyzed for all ICP 

analyses when the matrix spike and or spike duplicate fail and the native sample 
concentration is less than four times the spike added concentration. 

 
Z  - Spiked recovery not within control limits. An explanatory note may be included in the 

narrative. 
 
*   -  Duplicate analysis (relative percent difference) not within control limits. 
 
S   -  SAR value is estimated as one or more analytes used in the calculation were not 

detected above the detection limit. 
 
C   -  The analyte was detected in both the sample and the associated QC blank, and the 

sample concentration was <=20X the blank concentration. 
 
D   -  Analyte was reported at a secondary dilution factor, typically DF>1 (i.e., the primary 

preparation required dilution to either bring the analyte within the calibration range or 
to minimize interference). Required for organics/wetchem if the sample was diluted. 
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6010D    

Total Recoverable ICP Metals

Field ID: B3PX12

Date Analyzed: 30-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A ml

mlRun ID: IT190830-1A4
QCBatchID: IP190829-3-2

Sample Results

Result Units: UG/L

File Name: 190830A.

Lab ID: 1908446-10

Clean DF: 1
Prep Method: SW3005 Rev A

ALS -- Fort Collins

Analyst: Steve Workman

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

7440-42-8 501BORON B 3639

7440-70-2 10001CALCIUM 21077000

7439-89-6 501IRON 3093

7439-95-4 7501MAGNESIUM 8924000

7440-09-7 10001POTASSIUM 1309400

7440-23-5 5001SODIUM 3838000

7440-62-2 101VANADIUM 0.4317
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6010D    

Dissolved ICP Metals

Field ID: B3PX15

Date Analyzed: 30-Aug-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A ml

mlRun ID: IT190830-1A4
QCBatchID: IP190829-3-2

Sample Results

Result Units: UG/L

File Name: 190830A.

Lab ID: 1908446-11

Clean DF: 1
Prep Method: SW3005 Rev A

ALS -- Fort Collins

Analyst: Steve Workman

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

7440-42-8 501BORON B 3638

7440-70-2 10001CALCIUM 210110000

7439-89-6 501IRON U 3030

7439-95-4 7501MAGNESIUM 8934000

7440-09-7 10001POTASSIUM 13011000

7440-23-5 5001SODIUM 3845000

7440-62-2 101VANADIUM 0.4316
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6020B    

Dissolved ICPMS Metals

Field ID: B3PXK3

Date Analyzed: 05-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A ml

mlRun ID: IM190905-10A4
QCBatchID: IP190829-3-1

Sample Results

Result Units: UG/L

File Name: 098SMPL_

Lab ID: 1908446-1

Clean DF: 1
Prep Method: SW3005 Rev A

Analysis ReqCode:  6020_METALS_I

ALS -- Fort Collins

Analyst: Nicole C. Chirban

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

7440-47-3 1010CHROMIUM BC 0.466.7
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6020B    

Total Recoverable ICPMS Metals

Field ID: B3PYL0

Date Analyzed: 05-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A ml

mlRun ID: IM190905-10A4
QCBatchID: IP190829-3-1

Sample Results

Result Units: UG/L

File Name: 099SMPL_

Lab ID: 1908446-2

Clean DF: 1
Prep Method: SW3005 Rev A

Analysis ReqCode:  6020_METALS_I

ALS -- Fort Collins

Analyst: Nicole C. Chirban

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

7440-47-3 1010CHROMIUM BC 0.467
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6020B    

Total Recoverable ICPMS Metals

Field ID: B3PX12

Date Analyzed: 05-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A ml

mlRun ID: IM190905-10A4
QCBatchID: IP190829-3-4

Sample Results

Result Units: UG/L

File Name: 100SMPL_

Lab ID: 1908446-10

Clean DF: 1
Prep Method: SW3005 Rev A

Analysis ReqCode:  6020_METALS_I

ALS -- Fort Collins

Analyst: Nicole C. Chirban

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

7429-90-5 10010ALUMINUM U 1010

7440-36-0 110ANTIMONY U 0.120.12

7440-38-2 210ARSENIC 0.395.4

7440-39-3 510BARIUM 0.5656

7440-41-7 0.510BERYLLIUM U 0.0540.054

7440-43-9 210CADMIUM U 0.0830.083

7440-47-3 1010CHROMIUM C 0.4631

7440-48-4 510COBALT B 0.110.35

7440-50-8 810COPPER B 0.321.2

7439-92-1 210LEAD BC 0.0790.66

7439-96-5 510MANGANESE BC 0.362

7439-98-7 210MOLYBDENUM 0.0796.8

7440-02-0 2010NICKEL B 0.9219

7782-49-2 1010SELENIUM B 0.655.1

7440-22-4 0.510SILVER B 0.0290.07

7440-24-6 510STRONTIUM 0.32430

7440-28-0 0.110THALLIUM U 0.00410.0041

7440-29-1 0.210THORIUM U 0.0160.016

7440-31-5 1010TIN BC 0.120.53

7440-61-1 0.110URANIUM 0.004918

7440-66-6 10010ZINC U 1.41.4
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6020B    

Dissolved ICPMS Metals

Field ID: B3PX15

Date Analyzed: 05-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A ml

mlRun ID: IM190905-10A4
QCBatchID: IP190829-3-4

Sample Results

Result Units: UG/L

File Name: 101SMPL_

Lab ID: 1908446-11

Clean DF: 1
Prep Method: SW3005 Rev A

Analysis ReqCode:  6020_METALS_I

ALS -- Fort Collins

Analyst: Nicole C. Chirban

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

Dilution 
Factor

MDL

7429-90-5 10010ALUMINUM U 1010

7440-36-0 110ANTIMONY B 0.120.16

7440-38-2 210ARSENIC 0.395.6

7440-39-3 510BARIUM 0.5668

7440-41-7 0.510BERYLLIUM U 0.0540.054

7440-43-9 210CADMIUM U 0.0830.083

7440-47-3 1010CHROMIUM C 0.4628

7440-48-4 510COBALT B 0.110.73

7440-50-8 810COPPER B 0.320.45

7439-92-1 210LEAD BC 0.0790.63

7439-96-5 510MANGANESE BC 0.360.94

7439-98-7 210MOLYBDENUM 0.0797.1

7440-02-0 2010NICKEL 0.9223

7782-49-2 1010SELENIUM B 0.655.6

7440-22-4 0.510SILVER B 0.0290.08

7440-24-6 510STRONTIUM 0.32620

7440-28-0 0.110THALLIUM U 0.00410.0041

7440-29-1 0.210THORIUM U 0.0160.016

7440-31-5 1010TIN BC 0.120.47

7440-61-1 0.110URANIUM 0.004917

7440-66-6 10010ZINC U 1.41.4
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Lab Name:
Client Name: CH2M HILL Plateau Remediation Company

Client Project ID: SURV, August 2019 S19-008
Work Order Number: 1908446

Reporting Basis: As Received Matrix: WATER

Client Sample ID Lab ID
Percent  
Moisture Result

Date 
Collected

RptLimit/ 
LOQ/LOD Flag

Result Units:

Dissolved MERCURY
Method SW7470A    

Dilution 
Factor

Date 
Analyzed

Date 
Prepared

Sample Results

Final Volume: 20 ml

Sample 
Aliquot

UG/L

MDL/DL

ALS -- Fort Collins

Analyst: Alicia F. Sowell

1908446-11B3PX15 8/16/2019 0.2N/A 19/9/2019 09/11/2019 20 mlU0.060.06

Comments:

1.  ND or U  = Not Detected at or above the client requested detection limit.
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Lab Name:
Client Name: CH2M HILL Plateau Remediation Company

Client Project ID: SURV, August 2019 S19-008
Work Order Number: 1908446

Reporting Basis: As Received Matrix: WATER

Client Sample ID Lab ID
Percent  
Moisture Result

Date 
Collected

RptLimit/ 
LOQ/LOD Flag

Result Units:

Total MERCURY
Method SW7470A    

Dilution 
Factor

Date 
Analyzed

Date 
Prepared

Sample Results

Final Volume: 20 ml

Sample 
Aliquot

UG/L

MDL/DL

ALS -- Fort Collins

Analyst: Alicia F. Sowell

1908446-10B3PX12 8/16/2019 0.2N/A 19/9/2019 09/11/2019 20 mlU0.060.06

Comments:

1.  ND or U  = Not Detected at or above the client requested detection limit.
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6010D    

ICP Metals

Date Analyzed: 30-Aug-19

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A

ml
ml

Run ID: IT190830-1A4
QCBatchID: IP190829-3-2

Method Blank

Lab ID: IP190829-3MB

UG/LResult Units:

File Name: 190830A.

Clean DF: 1

ALS -- Fort Collins

CASNO Target Analyte DF Result Reporting 
Limit

Result 
Qualifier

MDL

7440-42-8 BORON 501 3636 U

7440-70-2 CALCIUM 10001 210210 U

7439-89-6 IRON 501 3030 U

7439-95-4 MAGNESIUM 7501 8989 U

7440-09-7 POTASSIUM 10001 130130 U

7440-23-5 SODIUM 5001 38130 B

7440-62-2 VANADIUM 101 0.430.43 U
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6010D    

ICP Metals

Laboratory Control Sample
ALS -- Fort Collins

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 08/30/2019

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 08/29/2019

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A

ml
ml

Run ID: IT190830-1A4
QCBatchID: IP190829-3-2

Lab ID: IP190829-3LCS

UG/LResult Units:
Clean DF: 1

File Name: 190830A.Prep Method: SW3005A

BORON 1000 501010 101 80 - 120%7440-42-8

CALCIUM 40000 100038600 96 80 - 120%7440-70-2

IRON 1000 50942 94 80 - 120%7439-89-6

MAGNESIUM 40000 75039900 100 80 - 120%7439-95-4

POTASSIUM 40000 100039900 100 80 - 120%7440-09-7

SODIUM 40000 50041700 104 80 - 120%7440-23-5

VANADIUM 500 10481 96 80 - 120%7440-62-2
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6010D    
ICP Metals

Matrix Spike And Matrix Spike Duplicate

ALS -- Fort Collins

Target Analyte MS 
Result

Reporting 
Limit

MS 
Qual

Spike 
Added

MS % 
Rec.

Control 
Limits

Sample 
Result

Samp 
Qual

CASNO

Date Analyzed: 30-Aug-19

Date Collected: 19-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A

ml
ml

Run ID: IT190830-1A4
QCBatchID: IP190829-3-2

LabID: 1908464-1MS
Field ID: SHARED QC

Result Units: UG/L

Prep Method: SW3005 Rev A

File Name: 190830A.

BORON 100050 102 80 - 120%7440-42-8 44 B 1060

CALCIUM 400001000 99 80 - 120%7440-70-2 48000 87100

IRON 100050 96 80 - 120%7439-89-6 30 U 955

MAGNESIUM 40000750 101 80 - 120%7439-95-4 14000 53900

POTASSIUM 400001000 103 80 - 120%7440-09-7 7500 48700

SODIUM 40000500 94 80 - 120%7440-23-5 29000 66800

VANADIUM 50010 96 80 - 120%7440-62-2 17 495

Target Analyte Spike 
Added

Reporting 
Limit

MSD % 
Rec.

RPD 
Limit

RPDMSD 
Result

MSD 
Qual

CASNO

Date Analyzed: 30-Aug-19

Date Collected: 19-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A

ml
ml

Run ID: IT190830-1A4
QCBatchID: IP190829-3-2

LabID: 1908464-1MSD
Field ID: SHARED QC

Result Units: UG/L

Prep Method: SW3005 Rev A

File Name: 190830A.

BORON 2050 07440-42-8 1021060 1000

CALCIUM 201000 07440-70-2 9987100 40000

IRON 2050 17439-89-6 95950 1000

MAGNESIUM 20750 07439-95-4 10053800 40000

POTASSIUM 201000 17440-09-7 10248300 40000

SODIUM 20500 17440-23-5 9266000 40000

VANADIUM 2010 17440-62-2 95492 500
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Prep Batch ID:  IP190829-3

Start Date: 08/29/19
Start Time: 10:27

End Date: 08/29/19
End Time: 18:00

Prep Analyst: Jill M. Latelle

Comments:

Concentration Method: NONE

Validated By: jml

Date Validated: 08/29/19

Time Validated: 11:02

Batch Created By: jml

Date Created: 08/29/19

Time Created: 10:27Initial Volume Units: ml

Final Volume Units: ml

Extract Method: SW3005A

QC Batch ID: IP190829-3-2

Lab ID
QC 

Type Matrix
Initial 
Wt/Vol

Final 
Wt/Vol

Cleanup 
Method

Cleanup 
DF

Date 
Collected

Order 
NumberField ID

MB WATER NONE 1XXXXXX 50 50 1908464XXXXXXIP190829-3

LCS WATER NONE 1XXXXXX 50 50 1908464XXXXXXIP190829-3

MS WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-1

MSD WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-1

SMP WATER NONE 18/16/2019 50 50 1908446B3PX121908446-10

SMP WATER NONE 18/16/2019 50 50 1908446B3PX151908446-11

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-1

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-2

SMP WATER NONE 1XXXXXX 50 50 1908541XXXXXX1908541-1

SMP WATER NONE 1XXXXXX 50 50 1908541XXXXXX1908541-2

QC Types

CAR Carrier reference sample DLS Detection Limit Standard

DUP Laboratory Duplicate LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification

LOQV Limit of Quantitation Verification MB Method Blank

MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate

REP Sample replicate RVS Reporting Level Verification Standar

SMP Field Sample SYS Sample Yield Spike
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6020B    

ICPMS Metals

Date Analyzed: 05-Sep-19

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A

ml
ml

Run ID: IM190905-10A4
QCBatchID: IP190829-3-4

Method Blank

Lab ID: IP190829-3MB

UG/LResult Units:

File Name: 094SMPL_

Clean DF: 1

ALS -- Fort Collins

CASNO Target Analyte DF Result Reporting 
Limit

Result 
Qualifier

MDL

7429-90-5 ALUMINUM 10010 1018 B

7440-36-0 ANTIMONY 110 0.120.12 U

7440-38-2 ARSENIC 210 0.390.39 U

7440-39-3 BARIUM 510 0.560.56 U

7440-41-7 BERYLLIUM 0.510 0.0540.054 U

7440-43-9 CADMIUM 210 0.0830.083 U

7440-47-3 CHROMIUM 1010 0.461.8 B

7440-48-4 COBALT 510 0.110.11 U

7440-50-8 COPPER 810 0.320.32 U

7439-92-1 LEAD 210 0.0790.94 B

7439-96-5 MANGANESE 510 0.360.63 B

7439-98-7 MOLYBDENUM 210 0.0790.079 U

7440-02-0 NICKEL 2010 0.920.92 U

7782-49-2 SELENIUM 1010 0.650.65 U

7440-22-4 SILVER 0.510 0.0290.029 U

7440-24-6 STRONTIUM 510 0.320.32 U

7440-28-0 THALLIUM 0.110 0.00410.0041 U

7440-29-1 THORIUM 0.210 0.0160.016 U

7440-31-5 TIN 1010 0.120.77 B

7440-61-1 URANIUM 0.110 0.00490.0049 U

7440-66-6 ZINC 10010 1.41.4 U
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6020B    

ICPMS Metals

Laboratory Control Sample
ALS -- Fort Collins

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 09/05/2019

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 08/29/2019

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A

ml
ml

Run ID: IM190905-10A4
QCBatchID: IP190829-3-4

Lab ID: IM190829-3LCS

UG/LResult Units:
Clean DF: 1

File Name: 095SMPL_Prep Method: SW3005A

ALUMINUM 5000 1004450 89 80 - 120%7429-90-5

ANTIMONY 30 130.4 101 80 - 120%7440-36-0

ARSENIC 100 290.7 91 80 - 120%7440-38-2

BARIUM 100 598 98 80 - 120%7440-39-3

BERYLLIUM 50 0.551.4 103 80 - 120%7440-41-7

CADMIUM 30 231.5 105 80 - 120%7440-43-9

CHROMIUM 500 10475 95 80 - 120%7440-47-3

COBALT 100 596.2 96 80 - 120%7440-48-4

COPPER 1000 8942 94 80 - 120%7440-50-8

LEAD 50 248.2 96 80 - 120%7439-92-1

MANGANESE 100 592.5 93 80 - 120%7439-96-5

MOLYBDENUM 100 299.8 100 80 - 120%7439-98-7

NICKEL 500 20492 98 80 - 120%7440-02-0

SELENIUM 100 10102 102 80 - 120%7782-49-2

SILVER 10 0.510.1 101 80 - 120%7440-22-4

STRONTIUM 100 5102 102 80 - 120%7440-24-6

THALLIUM 2 0.11.88 94 80 - 120%7440-28-0

THORIUM 10 0.29.91 99 80 - 120%7440-29-1

TIN 500 10525 105 80 - 120%7440-31-5

URANIUM 10 0.19.16 92 80 - 120%7440-61-1

ZINC 2000 1001940 97 80 - 120%7440-66-6
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6020B    
ICPMS Metals

Matrix Spike And Matrix Spike Duplicate

ALS -- Fort Collins

Target Analyte MS 
Result

Reporting 
Limit

MS 
Qual

Spike 
Added

MS % 
Rec.

Control 
Limits

Sample 
Result

Samp 
Qual

CASNO

Date Analyzed: 05-Sep-19

Date Collected: 19-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A

ml
ml

Run ID: IM190905-10A4
QCBatchID: IP190829-3-4

LabID: 1908464-1MS
Field ID: SHARED QC

Result Units: UG/L

Prep Method: SW3005 Rev A

File Name: 106SMPL_

ALUMINUM 5000100 86 75 - 125%7429-90-5 10 U 4280

ANTIMONY 301 100 75 - 125%7440-36-0 0.14 B 30.2

ARSENIC 1002 89 75 - 125%7440-38-2 5.3 94.6

BARIUM 1005 100 75 - 125%7440-39-3 48 148

BERYLLIUM 500.5 99 75 - 125%7440-41-7 0.054 U 49.3

CADMIUM 302 104 75 - 125%7440-43-9 0.083 U 31.1

CHROMIUM 50010 93 75 - 125%7440-47-3 4.5 BC 469

COBALT 1005 93 75 - 125%7440-48-4 0.2 B 93.3

COPPER 10008 92 75 - 125%7440-50-8 0.32 U 923

LEAD 502 95 75 - 125%7439-92-1 0.63 BC 47.9

MANGANESE 1005 91 75 - 125%7439-96-5 0.7 BC 91.6

MOLYBDENUM 1002 100 75 - 125%7439-98-7 6.1 106

NICKEL 50020 95 75 - 125%7440-02-0 2.6 B 476

SELENIUM 10010 100 75 - 125%7782-49-2 5.1 B 105

SILVER 100.5 101 75 - 125%7440-22-4 0.029 U 10.1

STRONTIUM 1005 95 75 - 125%7440-24-6 250 341

THALLIUM 20.1 93 75 - 125%7440-28-0 0.0041 U 1.85

THORIUM 100.2 98 75 - 125%7440-29-1 0.02 B 9.83

TIN 50010 104 75 - 125%7440-31-5 0.47 BC 521

URANIUM 100.1 90 75 - 125%7440-61-1 13 21.7

ZINC 2000100 94 75 - 125%7440-66-6 1.4 U 1880
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW6020B    
ICPMS Metals

Matrix Spike And Matrix Spike Duplicate

ALS -- Fort Collins

Target Analyte Spike 
Added

Reporting 
Limit

MSD % 
Rec.

RPD 
Limit

RPDMSD 
Result

MSD 
Qual

CASNO

Date Analyzed: 05-Sep-19

Date Collected: 19-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 29-Aug-19

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP190829-3
% Moisture: N/A

ml
ml

Run ID: IM190905-10A4
QCBatchID: IP190829-3-4

LabID: 1908464-1MSD
Field ID: SHARED QC

Result Units: UG/L

Prep Method: SW3005 Rev A

File Name: 107SMPL_

ALUMINUM 20100 07429-90-5 854270 5000

ANTIMONY 201 17440-36-0 9929.9 30

ARSENIC 202 07440-38-2 8994.4 100

BARIUM 205 17440-39-3 98146 100

BERYLLIUM 200.5 07440-41-7 9849.1 50

CADMIUM 202 27440-43-9 10230.5 30

CHROMIUM 2010 17440-47-3 93472 500

COBALT 205 07440-48-4 9393.4 100

COPPER 208 27440-50-8 91908 1000

LEAD 202 17439-92-1 9447.4 50

MANGANESE 205 07439-96-5 9191.9 100

MOLYBDENUM 202 07439-98-7 100106 100

NICKEL 2020 17440-02-0 95480 500

SELENIUM 2010 27782-49-2 97102 100

SILVER 200.5 37440-22-4 989.83 10

STRONTIUM 205 17440-24-6 97343 100

THALLIUM 200.1 17440-28-0 941.87 2

THORIUM 200.2 17440-29-1 999.91 10

TIN 2010 17440-31-5 105527 500

URANIUM 200.1 17440-61-1 8921.5 10

ZINC 20100 07440-66-6 941870 2000
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Prep Batch ID:  IP190829-3

Start Date: 08/29/19
Start Time: 10:27

End Date: 08/29/19
End Time: 18:00

Prep Analyst: Jill M. Latelle

Comments:

Concentration Method: NONE

Validated By: jml

Date Validated: 08/29/19

Time Validated: 11:02

Batch Created By: jml

Date Created: 08/29/19

Time Created: 10:27Initial Volume Units: ml

Final Volume Units: ml

Extract Method: SW3005A

QC Batch ID: IP190829-3-1

Lab ID
QC 

Type Matrix
Initial 
Wt/Vol

Final 
Wt/Vol

Cleanup 
Method

Cleanup 
DF

Date 
Collected

Order 
NumberField ID

MB WATER NONE 1XXXXXX 50 50 1908464XXXXXXIP190829-3

LCS WATER NONE 1XXXXXX 50 50 1908464XXXXXXIM190829-3

MS WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-1

MSD WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-1

SMP WATER NONE 18/16/2019 50 50 1908446B3PXK31908446-1

SMP WATER NONE 18/16/2019 50 50 1908446B3PYL01908446-2

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-1

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-10

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-3

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-4

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-5

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-6

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-7

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-8

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-9

QC Types

CAR Carrier reference sample DLS Detection Limit Standard

DUP Laboratory Duplicate LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification

LOQV Limit of Quantitation Verification MB Method Blank

MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate

REP Sample replicate RVS Reporting Level Verification Standar

SMP Field Sample SYS Sample Yield Spike
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Prep Batch ID:  IP190829-3

Start Date: 08/29/19
Start Time: 10:27

End Date: 08/29/19
End Time: 18:00

Prep Analyst: Jill M. Latelle

Comments:

Concentration Method: NONE

Validated By: jml

Date Validated: 08/29/19

Time Validated: 11:02

Batch Created By: jml

Date Created: 08/29/19

Time Created: 10:27Initial Volume Units: ml

Final Volume Units: ml

Extract Method: SW3005A

QC Batch ID: IP190829-3-4

Lab ID
QC 

Type Matrix
Initial 
Wt/Vol

Final 
Wt/Vol

Cleanup 
Method

Cleanup 
DF

Date 
Collected

Order 
NumberField ID

MB WATER NONE 1XXXXXX 50 50 1908464XXXXXXIP190829-3

LCS WATER NONE 1XXXXXX 50 50 1908464XXXXXXIM190829-3

MS WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-1

MSD WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-1

SMP WATER NONE 18/16/2019 50 50 1908446B3PX121908446-10

SMP WATER NONE 18/16/2019 50 50 1908446B3PX151908446-11

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-1

SMP WATER NONE 1XXXXXX 50 50 1908464XXXXXX1908464-2

SMP WATER NONE 1XXXXXX 50 50 1908541XXXXXX1908541-1

SMP WATER NONE 1XXXXXX 50 50 1908541XXXXXX1908541-2

QC Types

CAR Carrier reference sample DLS Detection Limit Standard

DUP Laboratory Duplicate LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification

LOQV Limit of Quantitation Verification MB Method Blank

MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate

REP Sample replicate RVS Reporting Level Verification Standar

SMP Field Sample SYS Sample Yield Spike
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW7470A    

Mercury

Date Analyzed: 11-Sep-19

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 09-Sep-19

Sample Aliquot: 2
Final Volume: 20

Prep Batch: HG190909-3
% Moisture: N/A

ml
ml

Run ID: HG190911-2A2
QCBatchID: HG190909-3-1

Method Blank

Lab ID: HG190909-3MB

UG/LResult Units:

File Name: HG190911-2

Clean DF: 1

ALS -- Fort Collins

CASNO Target Analyte DF Result Reporting 
Limit

Result 
Qualifier

MDL

7439-97-6 MERCURY 21 0.60.6 U
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company

ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW7470A    

Mercury

Laboratory Control Sample
ALS -- Fort Collins

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 09/11/2019

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 09/09/2019

Sample Aliquot: 2
Final Volume: 20

Prep Batch: HG190909-3
% Moisture: N/A

ml
ml

Run ID: HG190911-2A2
QCBatchID: HG190909-3-1

Lab ID: HG190909-3LCS

UG/LResult Units:
Clean DF: 1

File Name: HG190911-2Prep Method: METHOD

MERCURY 10 29.95 99 80 - 120%7439-97-6

Page 1 of 1Monday, September 16, 2019Date Printed:

Data Package ID: hg1908446-1

LIMS Version:  6.908
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Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Method SW7470A    
Mercury

Matrix Spike And Matrix Spike Duplicate

ALS -- Fort Collins

Target Analyte MS 
Result

Reporting 
Limit

MS 
Qual

Spike 
Added

MS % 
Rec.

Control 
Limits

Sample 
Result

Samp 
Qual

CASNO

Date Analyzed: 11-Sep-19

Date Collected: 20-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 09-Sep-19

Sample Aliquot: 20
Final Volume: 20

Prep Batch: HG190909-3
% Moisture: N/A

ml
ml

Run ID: HG190911-2A2
QCBatchID: HG190909-3-1

LabID: 1908495-4MS
Field ID: SHARED QC

Result Units: UG/L

Prep Method: METHOD

File Name: HG190911-2

MERCURY 20.2 105 80 - 120%7439-97-6 0.2 B 2.3

Target Analyte Spike 
Added

Reporting 
Limit

MSD % 
Rec.

RPD 
Limit

RPDMSD 
Result

MSD 
Qual

CASNO

Date Analyzed: 11-Sep-19

Date Collected: 20-Aug-19

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 09-Sep-19

Sample Aliquot: 20
Final Volume: 20

Prep Batch: HG190909-3
% Moisture: N/A

ml
ml

Run ID: HG190911-2A2
QCBatchID: HG190909-3-1

LabID: 1908495-4MSD
Field ID: SHARED QC

Result Units: UG/L

Prep Method: METHOD

File Name: HG190911-2

MERCURY 200.2 07439-97-6 1052.3 2

Page 1 of 1Monday, September 16, 2019Date Printed:

Data Package ID: hg1908446-1

LIMS Version:  6.908
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Prep Batch ID:  HG190909-3

Start Date: 09/09/19
Start Time: 12:00

End Date: 09/09/19
End Time: 18:00

Prep Analyst: Alicia F. Sowell

Comments:

Concentration Method: NONE

Validated By: AFS

Date Validated: 09/11/19

Time Validated: 12:24

Batch Created By: AFS

Date Created: 09/09/19

Time Created: 12:00Initial Volume Units: ml

Final Volume Units: ml

Extract Method: METHOD

QC Batch ID: HG190909-3-1

Lab ID
QC 

Type Matrix
Initial 
Wt/Vol

Final 
Wt/Vol

Cleanup 
Method

Cleanup 
DF

Date 
Collected

Order 
NumberField ID

MB WATER NONE 1XXXXXX 2 20 1908365XXXXXXHG190909-3

LCS WATER NONE 1XXXXXX 2 20 1908365XXXXXXHG190909-3

MS WATER NONE 1XXXXXX 20 20 1908365XXXXXX1908365-8

MS WATER NONE 1XXXXXX 20 20 1908495XXXXXX1908495-4

MSD WATER NONE 1XXXXXX 20 20 1908365XXXXXX1908365-8

MSD WATER NONE 1XXXXXX 20 20 1908495XXXXXX1908495-4

SMP WATER NONE 1XXXXXX 20 20 1908365XXXXXX1908365-14

SMP WATER NONE 1XXXXXX 20 20 1908365XXXXXX1908365-16

SMP WATER NONE 1XXXXXX 20 20 1908365XXXXXX1908365-18

SMP WATER NONE 1XXXXXX 20 20 1908365XXXXXX1908365-5

SMP WATER NONE 1XXXXXX 20 20 1908365XXXXXX1908365-8

SMP WATER NONE 18/16/2019 20 20 1908446B3PX121908446-10

SMP WATER NONE 18/16/2019 20 20 1908446B3PX151908446-11

SMP WATER NONE 1XXXXXX 20 20 1908495XXXXXX1908495-2

SMP WATER NONE 1XXXXXX 20 20 1908495XXXXXX1908495-3

SMP WATER NONE 1XXXXXX 20 20 1908495XXXXXX1908495-4

SMP WATER NONE 1XXXXXX 20 20 1908495XXXXXX1908495-5

SMP WATER NONE 1XXXXXX 20 20 1908742XXXXXX1908742-1

SMP WATER NONE 1XXXXXX 2 20 1909018XXXXXX1909018-1

QC Types

CAR Carrier reference sample DLS Detection Limit Standard

DUP Laboratory Duplicate LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification

LOQV Limit of Quantitation Verification MB Method Blank

MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate

REP Sample replicate RVS Reporting Level Verification Standar

SMP Field Sample SYS Sample Yield Spike

Page 1 of 1 Monday, September 16, 2019Date Printed:
LIMS Version:  6.908

ALS -- Fort Collins
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Strontium-90 
Case Narrative 

 

CH2M HILL Plateau Remediation Company 
SURV, August 2019 – S19-008 

Work Order Number: 1908446 
 
1. The samples were prepared according to the current revision of SOP 707. 
 
2. The samples were analyzed for the presence of 90Sr according to the current revision of SOP 

724.  The analyses were completed on 09/06/2019. 
 
3. Total radio-strontium is reported as 90Sr.  The presence of other radioisotopes of strontium may 

cause positive bias in the measured strontium concentration. 
 
4. The analysis results for these samples are reported in units of pCi/L.  The samples were not 

filtered prior to analysis. 
 
5. Sample volume was insufficient to allow preparation of a duplicate.  A laboratory control sample 

duplicate (LCSD) was prepared in lieu of a client sample duplicate.  
 
6. In accordance with project specific instructions, the evaluation threshold for Relative Percent 

Difference (RPD) has been set at 20%.  RPD is defined as: 
 

100*
2/)DS(
/DS/RPD

+
−

=  

 
Where:  S = sample activity result and D = duplicate activity result.   
 

7. No anomalous situations were encountered during the preparation and analysis of these 
samples.  All quality control criteria were met. 
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The data contained in the following report have been reviewed and approved by the personnel listed 
below.  In addition, ALS certifies that the analyses reported herein are true, complete and correct 
within the limits of the methods employed. 
 
 
______________________________    __9/19/19___ 
Pik Yee Yuen       Date 
Radiochemistry Primary Data Reviewer   

 
 

______________________________    ___________ 
Radiochemistry Final Data Reviewer    Date 
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Strontium-90 by GFPC

PAI 724 Rev 13Method Blank Results

Prep SOP: PAI 707 Rev 15
Final Aliquot: 994 ml

Count Time: 90 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Lab ID: SR190904-1MB

Date Analyzed: 06-Sep-19

Date Collected: 04-Sep-19

Sample Matrix: WATER

Date Prepared: 04-Sep-19

Prep Batch: SR190904-1

Run ID: SR190904-1A
QCBatchID: SR190904-1-1 Result Units: pCi/l

File Name: SRC0906A

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

PAI 724 Rev 13

CASNO Requested
 MDC

ALS -- Fort Collins

DL

Sr-9010098-97-2 U7.69E-01-1.02E-02 +/- 3.29E-01 1.00E+00 NA

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

STRONTIUM 87.91.010E+03 8.86E+02 ug 40 - 110 %

Data Package ID: SR1908446-1

Page 1 of 1Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - Requested MDC not met.

B3 - Analyte concentration greater than MDC but less than Requested MDC.

B - Analyte concentration greater than MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level
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Strontium-90 by GFPC
PAI 724 Rev 13

Laboratory Control Sample(s)

Prep SOP: PAI 707 Rev 15
Final Aliquot: 994 ml

Count Time: 90 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Lab ID: SR190904-1LCS

Date Analyzed: 06-Sep-19

Date Collected: 04-Sep-19

Sample Matrix: WATER

Date Prepared: 04-Sep-19

Prep Batch: SR190904-1

Run ID: SR190904-1A
QCBatchID: SR190904-1-1 Result Units: pCi/l

File Name: SRC0906A

ALS -- Fort Collins

Target 
Nuclide

Lab 
Qualifier

Spike Added Contro
l LimitsResults +/- s TPU2

MDC % RecCASNO

Sr-90 1.15E+01 2.83E+00 8.25E-01 1.160E+01 99.0 75 - 125+/-10098-97-2

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

STRONTIUM 89.91.010E+03 9.07E+02 ug 40 - 110 %

Data Package ID: SR1908446-1

Page 1 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Minimum Detectable Concentration

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.

ALS -- Fort Collins
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Strontium-90 by GFPC
PAI 724 Rev 13

Laboratory Control Sample(s)

Prep SOP: PAI 707 Rev 15
Final Aliquot: 994 ml

Count Time: 90 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Lab ID: SR190904-1LCSD

Date Analyzed: 06-Sep-19

Date Collected: 04-Sep-19

Sample Matrix: WATER

Date Prepared: 04-Sep-19

Prep Batch: SR190904-1

Run ID: SR190904-1A
QCBatchID: SR190904-1-1 Result Units: pCi/l

File Name: SRC0906A

ALS -- Fort Collins

Target 
Nuclide

Lab 
Qualifier

Spike Added Contro
l LimitsResults +/- s TPU2

MDC % RecCASNO

Sr-90 1.20E+01 2.95E+00 8.21E-01 1.160E+01 104 75 - 125+/-10098-97-2

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

STRONTIUM 84.01.010E+03 8.47E+02 ug 40 - 110 %

Data Package ID: SR1908446-1

Page 2 of 2Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Minimum Detectable Concentration

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.

ALS -- Fort Collins
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Strontium-90 by GFPC
PAI 724 Rev 13

Duplicate Sample Results (DER)

Prep SOP: PAI 707 Rev 15
Final Aliquot: 994 ml

Count Time: 90 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID:
Lab ID: SR190904-1LCSD

Date Analyzed: 06-Sep-19

Date Collected: 04-Sep-19

Sample Matrix: WATER

Date Prepared: 04-Sep-19

Prep Batch: SR190904-1

Run ID: SR190904-1A
QCBatchID: SR190904-1-1

Result Units: pCi/l
File Name: SRC0906A

Prep Basis: Unfiltered
Moisture(%): NA

ALS -- Fort Collins

Analyte DER 
Lim

CASNO          Sample                   Duplicate          
Result +/- s TPU2 Result +/- s TPU2MDC Flags FlagsMDC

DER

Sr-90 0.255 310098-97-2 1.20E+01 +/- 2.95E+001.15E+01 +/- 2.83E+00 8.25E-01 8.21E-01

Data Package ID: SR1908446-1

Page 1 of 1Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Duplicate Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty

DER - Duplicate Error Ratio

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

LT - Result is less than Request MDC, greater than sample specific MDC

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

ALS -- Fort Collins

D - DER is greater than Control Limit of  3
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Strontium-90 by GFPC
PAI 724 Rev 13

Duplicate Sample Results (RPD)

Prep SOP: PAI 707 Rev 15
Final Aliquot: 994 ml

Count Time: 90 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID:
Lab ID: SR190904-1LCSD

Date Analyzed: 06-Sep-19

Date Collected: 04-Sep-19

Sample Matrix: WATER

Date Prepared: 04-Sep-19

Prep Batch: SR190904-1

Run ID: SR190904-1A
QCBatchID: SR190904-1-1

Result Units: pCi/l
File Name: SRC0906A

Prep Basis: Unfiltered
Moisture(%): NA

ALS -- Fort Collins

Analyte RPD
 Lim

CASNO          Sample                   Duplicate          
Result +/- s TPU2 Result +/- s TPU2MDC Flags FlagsMDC

RPD

Sr-90 4.00 2010098-97-2 1.20E+01 +/- 2.95E+001.15E+01 +/- 2.83E+00 8.25E-01 8.21E-01

Data Package ID: SR1908446-1

Page 1 of 1Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Comments:

Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

NC - Not Calculated for duplicate results less than 5 times MDC

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

+ - Duplicate RPD not within limits.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

ALS -- Fort Collins
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Strontium-90 by GFPC
PAI 724 Rev 13
Sample Results

Prep SOP: PAI 707 Rev 15
Final Aliquot: 994 ml

Count Time: 90 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PYL0

Lab ID: 1908446-2

Date Analyzed: 06-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 04-Sep-19

Prep Batch: SR190904-1

Run ID: SR190904-1A
QCBatchID: SR190904-1-1

Result Units: pCi/l
File Name: SRC0906

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  SRISO_SEP_PR

CASNO

ALS -- Fort Collins

Requested 
MDC

DL

Sr-90 7.16E-019.48E+00 +/- 2.35E+0010098-97-2 1E+00 NA

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

STRONTIUM 95.01.300E+03 1.23E+03 ug 40 - 110 %

Data Package ID: SR1908446-1

Page 1 of 3Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level

ALS1908446 Sept. 24, 2019 Rev. 1

104 of 107



Strontium-90 by GFPC
PAI 724 Rev 13
Sample Results

Prep SOP: PAI 707 Rev 15
Final Aliquot: 994 ml

Count Time: 90 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PWX3

Lab ID: 1908446-6

Date Analyzed: 06-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 04-Sep-19

Prep Batch: SR190904-1

Run ID: SR190904-1A
QCBatchID: SR190904-1-1

Result Units: pCi/l
File Name: SRC0906

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  SRISO_SEP_PR

CASNO

ALS -- Fort Collins

Requested 
MDC

DL

Sr-90 U7.96E-014.93E-02 +/- 3.45E-0110098-97-2 1E+00 NA

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

STRONTIUM 87.11.010E+03 8.78E+02 ug 40 - 110 %

Data Package ID: SR1908446-1

Page 2 of 3Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level
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Strontium-90 by GFPC
PAI 724 Rev 13
Sample Results

Prep SOP: PAI 707 Rev 15
Final Aliquot: 994 ml

Count Time: 90 minutes

Lab Name:

Client Name: CH2M HILL Plateau Remediation Company
ClientProject ID: SURV, August 2019 S19-008

Work Order Number: 1908446

Field ID: B3PWX4

Lab ID: 1908446-7

Date Analyzed: 06-Sep-19

Date Collected: 16-Aug-19

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 04-Sep-19

Prep Batch: SR190904-1

Run ID: SR190904-1A
QCBatchID: SR190904-1-1

Result Units: pCi/l
File Name: SRC0906

Target Nuclide Lab 
Qualifier

Result +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  SRISO_SEP_PR

CASNO

ALS -- Fort Collins

Requested 
MDC

DL

Sr-90 8.23E-011.56E+00 +/- 5.85E-0110098-97-2 1E+00 NA

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

STRONTIUM 88.71.310E+03 1.16E+03 ug 40 - 110 %

Data Package ID: SR1908446-1

Page 3 of 3Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty

MDC - Sample specific Minimum Detectable Concentration

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit

ALS -- Fort Collins

DL - Decision Level
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Prep Batch ID:  SR190904-1

Start Date: 09/04/19
Start Time: 13:31

End Date: 09/04/19
End Time: 13:31

Prep Analyst: Jirushaya Hantula

Comments:

Concentration Method: NONE

Validated By: jxh

Date Validated: 09/05/19

Time Validated: 16:55

Batch Created By: JXH

Date Created: 09/04/19

Time Created: 13:31Initial Volume Units: ml

Final Volume Units: ml

Extract Method: PAI 70715

QC Batch ID: SR190904-1-1

Lab ID
QC 

Type Matrix
Initial 
Wt/Vol

Final 
Wt/Vol

Cleanup 
Method

Cleanup 
DF

Date 
Collected

Order 
NumberField ID

CAR WATER NONE 1XXXXXX 1000 1000 1908446XXXXXXSR190904-1

MB WATER NONE 1XXXXXX 1000 994.01 1908446XXXXXXSR190904-1

LCS WATER NONE 1XXXXXX 1000 994.01 1908446XXXXXXSR190904-1

LCSD WATER NONE 1XXXXXX 1000 994.01 1908487XXXXXXSR190904-1

SMP WATER NONE 18/16/2019 1000 994.01 1908446B3PYL01908446-2

SMP WATER NONE 18/16/2019 1000 994.01 1908446B3PWX31908446-6

SMP WATER NONE 18/16/2019 1000 994.01 1908446B3PWX41908446-7

SMP WATER NONE 1XXXXXX 1000 994.01 1908463XXXXXX1908463-3

SMP WATER NONE 1XXXXXX 1000 994.01 1908463XXXXXX1908463-6

SMP WATER NONE 1XXXXXX 1000 994.01 1908487XXXXXX1908487-2

SMP WATER NONE 1XXXXXX 1000 994.01 1908487XXXXXX1908487-3

SMP WATER NONE 1XXXXXX 1000 994.01 1908494XXXXXX1908494-3

SMP WATER NONE 1XXXXXX 1000 994.01 1908494XXXXXX1908494-5

SMP WATER NONE 1XXXXXX 1000 994.01 1908495XXXXXX1908495-1

SMP WATER NONE 1XXXXXX 1000 994.01 1908495XXXXXX1908495-6

QC Types

CAR Carrier reference sample DLS Detection Limit Standard

DUP Laboratory Duplicate LCS Laboratory Control Sample

LCSD Laboratory Control Sample Duplicat LODV Limit of Detection Verification

LOQV Limit of Quantitation Verification MB Method Blank

MS Laboratory Matrix Spike MSD Laboratory Matrix Spike Duplicate

REP Sample replicate RVS Reporting Level Verification Standar

SMP Field Sample SYS Sample Yield Spike

Page 1 of 1 Tuesday, September 17, 2019Date Printed:
LIMS Version:  6.909

ALS -- Fort Collins
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