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STL
STL Richland

Certificate of Analysis 2800 George Washintn Way
Richland, WA 99354

Fluor Hanford Tel: 509 375 3131 Fax: 509 375 5590
1200 Jadwin Ave. www.stl-inc.com

Richland, WA 99352

July 9, 2Q07

Attention: Steve Trent

SAF Number S07-006
Date SDG Closed . June 22, 2007
Number of Samples : Three (3)
Sample Type Water
SDG Number . W05 190
Data Deliverable 15-Day / Summary

CASE NARRATIVE

1. Introduction

On June 22, 2007 three water samples were received at STL Richland (STLR) for radiochemnical

analysis. Upon receipt, the samples were assigned the following laboratory ED numbers to correspond

with the Pacific Northwest National Laboratories (PGW) specific IDs:

PGW ID# STLR ID# DATE OF RECEIPT MATRIX

B INK94 J 1P3 1 6/22/07 WATER

B1INK91 J1P34 6/22/07 WATER

B INK85 JIP2H 6/22107 WATER

1I. Sample Receipt

The samples were received in good condition and no anomalies were noted during check-in.

111. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data includes

sample identification information, analytical results and the appropriate associated statistical errors.

The requested analyses were:
Liquid Scintillation Counting
Tritium by method RICH-RC-5007

Severn Trent Laboratories, inc.

STL RICHILAND 2



Pacific Northwest National Laboratories
July 9, 2007

IV. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
in the "Comments' section.

QC and sample results are reported in the same units.

V. Comments

Liquid Scintillation Counting
Tritium by method RICH-RC-5007:
The LCS. batch blank, samples and sample duplicate (B 1NK94) results are within contractual
requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature.

Reviewed and approved:

Sheri A. Adam
Project Manager

STL RICHLAND 3



Drinking Water Method Cross References
DRINKING WATER ASTM METHOD CROSS REFERENCES

Referenced Method Isotope(s) STL Richland's SOP number
EPA 901.1 Cs-1 34, 1-131 RICH-RC-5017
EPA 900.0 Alpha & Beta RICH-RC-5014
EPA 903.1 Ra-226 RICH-RC-5005
EPA 904.0 Ra-228 RICH-RC-5005
EPA 905.0 SrB9/90 RICH-RC-5006
ASTM D2460 Total Radium RICH-RC-5027
Standard Method 7500-U-C & ASTM D5174 Uranium RICH-RC-5058
EPA 906.0 Tritium RICH-RC-5007

NOTE: ______ _____________

Tne Gross Alpha LOS is prepared with Am-241 (unless otherwise specified in the case narrative)
The Gross Beta LCS is prepared with Sr/Y-90 (unless otherwise specified in the case narratvke)

Uncertainty Estimation
STL Richland has adopted the internationally accepted approach to estimating uncertainties

described in "NIST Technical Note 1297, 1994 Edition". The approach, 'Law of Propagation of Errors",
involves the identification of all variables in an analytical method which are used to derive a result. These
variables are related to the analytical result (R) by some functional relationship, R = constants * f(x,y,z,..).
The components (x,y,z) are evaluated to determine their contribution to the overall method uncertainty.
The individual component uncertainties (uj) are then combined using a statistical model that provides the
most probable overall uncertainty value. All component uncertainties are categorized as type A, evaluated
by statistical methods, or type B, evaluated by other means. Uncertainties not included in the components,
such as sample homogeneity, are combined with the component uncertainty as the square root of the sum-
of-the-squares of the individual uncertainties. The uncertainty associated with the derived result is the
combined uncertainty (u,) multiplied by the coverage factor (1,2, or 3).

When three or more sample replicates are used to derive the analytical result, the type A
uncertainty is the standard deviation of the mean value (S/vn), where S is the standard deviation of the
derived results. The type B uncertainties are all other random or non-random components that are not
included in the standard deviation.

The derivation of the general "Law of Propagation of Errors" equations and specific example are
available on request.

STL Richland
rotGeneralbifo v3.72
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Report Definitions
Action Lev An agreed upon activity level used to trigger some action when the final result is greater than or equal to the Action

Level. Often the Action Level is related to the Decision Limit.

Batch The QC preparation batch number that relates laboratory samples to QC samples that were prepared and analyzed
together.

Bias Defined by the equation (Resultfflxpected)-l as defined by ANSI N 13.30.

COC No Chain of Custody Number assigned by the Client or STL Richland.

Count Error (#s) Poisson counting statistics of the gross sample count and background. The uncertainty is absolute and in the same
units as the result. For Liquid Scintillation Counting (L.SC) the batch blank count is the background.

Total Uncert (#s) All known uncertainties associated with the preparation and analysis of the sample are propagated to give a measure
u,- Combined of the uncertainty associated with the result, u, the combined uncertainty. The uncertainty is absolute and in thle
Uncertainty. same units as the result.

(#s), Coverage The coverage factor defines the width of the confidence interval, 1, 2 or 3 standard deviations.
Factor
CRDL (RL) Contractual Required Detection Limit as defined in the Client's Statement Of Work or STL Richland 'default"

nominal detection limit. Often referred to the reporting level (RL)

Lc Decision Level based on instrument background or blank, adjusted by the Efficiency, Chemical Yield, and Volume
associated with the sample. The Type I error probability is approximately 5%. Lc=(l.645
Sqrt(2-*(Bkgm-dCntlBkgmdCntMin)/SCntMin)) * (ConvFct/(Eff*Yld*Abn *Vol) * lngrFct). For LSC methods the
batch blank is used as a measure of the background variability. Lc cannot be calculated when the background count
is zero.

Lot-Sample No The number assigned by the LIMS software to track samples received on the same day for a given client. The
sample number is a sequential number assigned to each sample in the Lot.

MDCIMDA Detection Level based on instrument background Or blank, adjusted by the Efficiency, Chemical Yield, and Volume
with a Type I and H1 error probability of approximately 5%. MDC = (4.65
Sqrt((BkgmdCntlBkgr-ndCntMin)/SCntMin) + 2.71!SCntMin) *(ConvFctl(Eff 'Yld *Abn *Vol) 'Ingr~ct). For
LSC methods the batch blank is used as a measure of the background variability.

Primary Detector The instrument identifier associated with the analysis of the sample aliquot

Ratio U-234/UJ-238 The U-234 result divided by the U-238 result. The U-234/U-238 ratio for natural uranium in NIST SRM 432 IC is

1.038.

Rst.IMDC Ratio of the Result to the MDC. A value greater than I may indicate activity above background at a high level of
confidence. Caution should be used when applying this factor and it should be used in Concert with the qualifiers
associated with the result.

Rst/TotUcert Ratio of the Result to the Total Uncertainty. If the uncertainty has a coverage factor of 2 a value greater than I may
indicate activity above background at approximately the 95% level of confidence assuming a two-sided confidence
interval. Caution should be used when applying this factor and it should be used in concert with the qualifiers
associated with the result.

Report DB No Sample Identifier used by the report system. The number is based upon the first five digits of the Work Order
Number.

RER The equation Replicate Error Ratio =(S-D)f[sqr-t(TPUs 2 +- TPUd2)] as defined by ICPT BOA where S is thle original
sample result, D is the result of the duplicate, TPUs is the total uncertainty of the original sample and TPUd is the
total uncertainty of the duplicate sample.

SDG Sample Delivery Group Number assigned by the Client or assigned by STL Richland upon sample receipt.

Sum Rpt Alpha The sumn of the reported alpha spec results for tests derived from the same sample excluding duplicate result whiere
Spec Rst(s) the results are in the same units.

Work Order The LIMS software assign test specific identifier.

Yield The recovery of the tracer added to the sample such as Pu-242 used to trace a Pu-239/40 mnethod.

STL Richland
rotGenerallo v3.72
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.2TData Review/Verification Checklist7/207:519ASTIlL! L RADIOCHEMISTRY, First Level Review

Lot No., Due Date: J7F250133,J7F250140; 07/09/2007
Client, Site: 384868; PGW 615HANFORD HANFORD
QC Batch No., Method Test: 7176240; RTRITIUM H-3 by LSC

SDG, Matrix: W05190; WATER

1. 1 Is the Icoo page complete; includes all applicable analysis, dates, SOP numbers, and revisions? Yv No N/A

2.0 Q6 alch' *---

2.1 Do the Summary/Detailed Reports include a calculated result for each sample listed on the 00 Batch Sheet? Y No N/A

2.2 Are the 00 appropriate for the analysis included in the batch? Y 1 INo --N/A

2.3 Is the Analytical batch Worksheet complete; includes as appropriate, volumes, count times, etc? Y e7 N o N1 .A

2.4 Does the Worksheets include a Tracer Vial label for each sample? Yes No N

3.0 QC & SamrDles 
V

3.1 Is the blank results, yield, and MVDA within contract limits? Y No NIA

3'.2 Is the LOS result, yield, and MDA within contract limits? Y~ e N o N/A

3.3 Are the Ms/MSD results, yields, and MDbA within contract limits? Yes No N

3.4 Are the duplicate result, yields, and MDAs within contract limits? Ye1 No N/A

3.5 Are the sample yields and MbAs within contract limits I? Y IN-o.NY7 NoN/

;*0 Raw Data
4.1 Were results calculated in the correct units? Y 7 No N/A

4 .2 Were analysis volumes entered correctly? Yes No N/A

4.3 Were Yields entered correctly? Yes No N/

4.4 Were spectra reviewed/meet contractual requirements? Yes No N/A

4.5 Were raw counts reviewed for anomalies? Y 7 No N/A

5.0 Other-
5.1 Are all nonconformances included and noted? Yes No N

5.2 Are all required forms filled out? YeNo N/A

5.3 Was the correct methodology used? Y 7 No N/A

5.4 Was transcription checked? Yve No N/A

5.5 Were all calculations checked at a minimum frequency? Y 7 No N/A

5.6 Are worksheet entries complete and correct? Ye No N/A

6.0 Comments on any No response:

First Level Review -IDate

STL Richland
QAS..RADCALCv4.8.27 Page 1
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Data Rniew Chie-klist
RADI0CHEIVf3ThY

Stievnd Level Review

00 Batch Nunmber 7/&A.

Ak. Samtple Analysis Re rtra e() -f I(
1- Are the samp~le yild wihi acNo(nc )~tl
2. Is the sample Mfinimum Detectable: Activity < the Cont-act
Detection Limit?
3. Are the correct isotopes reported?
B. QO Sample-s
1. Is the Minimum Detectable Activity for the blank result <- the
Contract Detection Limit?
2, Does the blank rtsultmet thec Contract criteria?
3. Is the, blank result < ther Contract Detection Limit?
4, Is the blank result > the. Contract Detection Limit hut the sample
result < the Contract Detection Limit?
5. Is the LCS recovery with contract acceptance criteria?
7. Is the LCS Minimum Detecta-ble Activity S the Contract Detection
Limit?
E. Do the MS/MSD results and yields meet acceptance criteria?
9. Do the dupLicate sample results and yields meet acceptance
criteria?

C. Other
1. ArTe all Nonconformances included and noted?

2. Are ali required forms filled out?
3. Was the correct methodology used?
4. Was transcription checked?
S. Were all calculations checked at a mnimaum frequency? _____

6. Were units checked?

Comments on any "No" response: _________________________________

Second Level Rc>-'- Date: _________

STL RICIft5T3B """' 10), 9/02 13
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Sample Check-in List

Date/Tim d:.C

Client iL i~ SDG #: NAH SAF #: &~l~ NA

Work Order Number: \.T 7/-- c 5e /90 Chain of Custody # ' 5~

Shipping Container ID:_________ Air Bill # _____________

1. Custody Seals on shipping container intact? NA [ ) Ye4 No I

2. Custody Seals dated and signed? NA [ ] Ye 4 'NoH[

3. Chain of Custody record present? Yq )No[)

4. Cooler ttmp~ratume_____ NA 5.Vermiculitelpacking materials is N4/~ Wtt[ Dry [

6. Number of samples in shipping container:-

.7. Sample holding times exceeded? .NAJY'5[ No[]l

8. Samples have:
-tape ___hazard labels
___custody seals -__appropriate samples labels

9. Samp es ae
-/ in good condition ___leaking
___broken ___have air bubbles

(Only for samples requiring, head space)

10. Sample pH3 taken? NA [] pH<~F p1> 2 [1 pH>9 [I

11. Sample Location, Sample Collector Listed? YesY No [
"For documentation only. No corrective action needed./

12. Were any anomalies identified in sample receipt? Yes [}No/

* 13. Description of anomalies (include sample numbers):

Sample Custodian:A Date: _ _ _ _ _

-Client Sample ID Analysis Re ijested Condition Comments/Action

Client Informed on by____________ Person contacted______________

3No action necessary;, process as is.

Project Manager____________________ Date I1 T
LS-023, 9/03, Rev. 5

STL RICHLAND 15
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Sample Check-in List

Date/Time Received: 10

Client: $I k U- 2 2~ SDG#:WQ,5/0 NA [3 SAF459 _ ____NA []

Work Order Number: \f77" T? Chain of Custody # ~ ) I
Shipping Container ID:_________ Air Bill # _____________

1. Custody Seals on shipping container intact? NA[3 Yesy No[]

2. Custody Seals dated and signed? NA [] Yes~ No f ]

3. Chain of Custody record present? Yrs(No [ )

4. Cooler temnperature:___ NA [ 5.Vermiculite/packing materials is NA,, Wet[3Dry[

6. Number of samples in shipping container:5

.7. Sample holding times exceeded? NA/A Yes 13No 1

8. Samples have:
-tape ___hazard labels
___custody seals _-appropriate. samples labels

9. Samples are:.
i.l n good condition ___leaking

___broken ___have air bubbles
(Only for samples requiring head space)

10. Sample pH~ taken? NA [] pH<2/4 pH>2 [I pI{>9 113

1. . Sample Location, Sample Collector Listed? * YesXli No [3
*For documentation only. No corrective action needed.

12. Were any anomalies identified in sample receipt? Yes I} N1 '

13. Description of anomalies (include sample numbers):

Sampl ~ s od a~ Date:d_ _ _ _

Client Sample ID Analysis Req'uested Condition Comments/Action

Client Informed on by____________ Person contacted______________

IItNo action necessary; process as is. -

Project Manager______________________ Date__________________

LS-023, 9/03, Rev. 5
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7/9/2007 5:27:29 AM ICOC Fraction Transfer/Status Report
ByDate: 719/2006, 711/2007, Batch: '7176240', User. *ALL Order By DaterimeAccepting

Q Batch Work Ord CurStatus Accepting Comments

7176240
AC CaloC McDowel 6/2512007 11:11:28
SC wagarr IsBatched 6/25/2007 9:39:33 AM ICOC_-RADCALC v4.8.26
SC McDoweIID InSepi 6/25/2007 11:11:28 AM RICH-RC-5007 REVISION 6
SC McDoweIID SepIC 6126/2007 8:35:25 AM RICH-RC-5007 REVISION 6
SC StringerR InCntl 6/2612007 8:59:52 AM RICH--RD-0001 REVISION 4
SC StringerR CaIcC 612712007 9:28:46 AM RICH-RD-0001 REVISION 4
AC Mc~owelID 6/26/2007 8:35:25

AC StrlngerR 6/26/2007 8:59:52

AC StringerR 6/27/2007 9:28:46

:AC/Ccepting Lntry, ;U:& zitals uliange

STL Richland Grp Rec Cnt:4
Richland Wa. Page 1 ICOCFractions v4.8.27

STL RICHLAND 22


