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THE LEADER IN ENVIRONMENTAL TESTING

Certificate of Analysis

CH2M Hill Plateau Remediation Company
P.O. Box 1600

Mail Stop - B6-06

Richland, WA 99352

November 21, 2008

Attention: Mike Neely

SAF Number : F08-039

Date SDG Closed : November 6, 2008

Number of Samples : One (1)

Sample Type : Water

SDG Number : WO05558

Data Deliverable : 24 Hour / 15 Day
CASE NARRATIVE

L Introduction

On November 6, 2008 one sample was received at TestAmerica for chemical analysis. Upon receipt, the
sample was assigned to lot JEK060181 and assigned the following laboratory ID number to correspond
with the Fluor Hanford (FH) specific ID:

FH ID# TARL ID# MATRIX DATE OF RECEIPT
BIXMR4 K2CXR WATER 11/06/08

1L Sample Receipt
The sample was received in good condition and no anomalies were noted during check-in.
111, Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data includes
sample identification information, analytical results and the appropriate associated statistical errors.

2800 George Washington Way Richland, WA 99355-1613  tel 509.375.3131 fax 509.375.5590 .riwvw tosiamerica nocom
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CH2M Hill Plateau Remediation Company
November 21, 2008

The requested analyses were:

Chemical Analysis
Chromium by EPA method SW8466010

Iv. Quality Control

The analytical results for each analysis performed includes a minimum of one laboratory control sample
(LCS), one method (reagent) blank, and one duplicate sample analysis. Any exceptions have been noted
n the "Comments" section.

QC and sample results are reported in the same units.

V. Comments

Chemical Analysis

Chromium by EPA method SW8466010
The LCS, batch blank, sample and duplicate sample results are within contractual requirements.

I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this hard copy
data package has been authorized by the Laboratory Manager, or a designee as verified by the following
signature.

Reviewed and approved:
/“”V/ L '/')L'/gf'_i rfi (,-.A/}/ £

Sandra Seger |
Project Manager e
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Richland Laboratory
Data Review Check List
Metals

TestAmerica

o

Batch Number(s): 831133 TOTRL CHROME

Lib Sample Numbers or SDG: TEK OLO[§] Lo S55% MENE::
Method/Test/Parumeter: Metals
Yes No N/A | 2™ Level
Review Item ) (v} () Review (v)
A. Initial Calibration
v
I. Pertormed at required frequency with required number of levels? -
2. Correlation coefficient within QC limits? v o
3. Intial calibration verification (1CV) analyzed immediately after calibration and results v
within QC limsts? L
4. Initial calibration blank [1CB1 analyzed immediately after ICV and concentrations of v
all parameters < reporting limit”? e
' B. Continuing Calibration
v
i 1. CCV analyzed at required frequency and all parameters within QC limits?
L
2. CCB analyzed ar required frequency and all results < reporting limit? v -
i
i . Sample Analysis
[
]
i 1. Were uny samples with concentrations above the linear range for any parameter diluted |
: ard reanalyzed? -
- 2. Were all sample holding times met? v
- D. QC Samples
v
L. All results for the preparation blank below limits? -
2. MS or MS/MSD recoveries within QC limits and %RPD (for MSD) acceptable? 4 -
3. LCS percent recovery within QC limits and %RPD (for LCSD) acceptable? v -
4. Analytical spikes within QC limits where applicable? v .
5. 1CP only: One serial dilution performed per SDG? e -
i 0. 1CP only: CRDL standard (CRI or CRA) analyzed at required trequency” v -
i 7. ICP only: Interference check samples (ICSA, ICSARB) and HICAL analyzed at the v -

| required frequencies and within QC limits?

Form CG-191, Rev. 4, 2/03 page 1 of 2
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Review Item Yes | No N/A 2% | evel
<) | () (v) | Review (v}
E. Other v |
{ 1. Are all nonconformances included and noted? "
2. Is the correct date and time ot analysis shown? v -~
3. Did the analyst sign and date the front page of the analytical run? v -
4. Correct methodology used? v -
5. Transcriptions checked? v -
6. Calculations checked at minimum trequency? v ~
7. Units checked? v -

Comments on any "No" response:

Analyst: VQ/\/ /] - Date:__ 11/6/08

Second-Level Review: /L A”Lfm/ﬂy‘g,«:i}g@c«_, Date: //,/.31‘/[.1«‘3/
/ g
J
Form CG-191, Rev. 4, 2/03 page 2 of 2
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Sample Checlt-in List
Dzte/Time Received: L/(g/ﬁ? y O?(/ o GM Screen Reswt X2 7
1° I D —
ciest: ( HIM{ ‘P%\ KSSI;Z;Z? WO55 98  nap) SAF# _FU5 037 wayy
Work Crder Number: J XK/O(QO / 3/ Chain of Custedy # MJ‘
Shipping Container ID: Alr BIl'H
|, Custody Seals ov shipping coptainer intsct? NAT) Yes | No ]
2. CLL:lody Seals dated and signed? NAT] Yes ) Noj )
3. Chzin of Tustody recerd p)tscn17 | NAT ] Yes 7] WNo)

4. Cooler Temperature: & G NA 1/4? 5 chmcuhtl:/vaclrmg materizls'is WA A

6. Number of samples 1p shipping container: l

} Wet[] Dry [}

7 Semple bolding {imes exceeded? NAK] Yes{ ) No[)
b Szmples nave:
. _ Tape Hazard Lables
~ Custody Seals 4 Appropriate Sampie Lable
9. Samples are:
/" inGood Condition Lealdng
_ Broken Have Air Bubbles

{Only for samples requiring no head space)

10 Sample pH taken? NA [ ] pH<2[ ] pH>2[] pH>9) Amount HNO, Added

—_—

11, Sample! ocatlon Sample Collector Listed? *
*For documentation only. Wo corrective action netded.

12 Were apy anoraaiies identified in sample receipt? Yes| 1 Nogt
7
13 Dfscnpt on of anomalies (include sample mumbers): 5 9 Ij&b /C”Z'}(}( /M(
4z £ l/ R
iy d{d /10\} need -f“u Chuch " copled ﬁ:ﬂ,@%&& ’ék

t/k_,bl.()‘ en

Semple Custodian: / J , /[’)% ZQ Lo : S’;{/ Date: /// ¢ ﬁir(‘:

Chent Sample ID Analysis Requested Condition R P C()J‘F.»mcms/ﬁ Cm
Chent Informed on ) by i Ferson Caonlacted

—_—
_—
_

[ ) Noaziion nrcessary; process as s,

Test Amer i Capicct Managel o 8 o Date
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