
WSCF Laboratory 

PO Box 1000 S3-30 

Richland , WA 99352 

(509) 373-7005 

(509) 372-0456 

Memorandum 

To: Michael Neely 
CH2M-HILL PRC 
PO Box 1600 
Richland, WA 99352 

From: WSCF Laboratory 

RECEIVED JUNE 10, 2009 

WSCF Analytical Chemistry 

CC: 

Subject: FINAL RESULT FOR SAMPLE DELIVERY GROUP WSCF90330 

Reference: (1) SOW, Mod 2, #36587, Release 3 

0082949 

Date: June 5, 2009 

(2) HNF-SD-CD-QAPP-017, Rev 9, Waste Sampl ing & Characterization Facility Quality Assurance Plan 

This letter contains the following information for sample delivery group WSCF90330 

* Cover Sheet (Attachment 1) 

* Narrative (Attachment 2) 

* Analytical Results (Attachment 3) 

* Sample Receipt Information (Attachment 4) 

Electronically signed by Scot Fitzgerald 

For Lab Manager 
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WSCF SAF Number Cross Reference 

Group# WSCF90330 
Data Deliverable Date 05/25/09 

SAF# Sample ID Sample# 

S09-004 B203T1 90330001 

S09-004 B203T2 90330002 

W09-004 B20502 90330003 

W09-004 B20503 90330004 

W09-004 B204Y8 90330005 

W09-004 B204Y9 90330006 

W09-004 B20471 90330007 

W09-004 B20472 90330008 

W09-004 B20473 90330009 

W09-004 B20474 90330010 

W09-004 B204F7 90330011 

W09-004 B204F8 90330012 

W09-004 B204F9 90330013 

W09-004 B204H0 90330014 

W09-004 B20476 90330015 

W09-004 B204H2 90330016 

W09-004 B20593 90330017 

W09-004 B20573 90330018 

W09-004 B204Y0 90330019 

W09-004 B204Y1 90330020 

W09-004 B20594 90330021 

W09-004 B20574 90330022 

W09-004 B20485 90330023 

W09-004 B20486 90330024 

W09-004 B20487 90330025 

W09-004 B20488 90330026 

W09-004 B20497 90330027 

W09-004 B20498 90330028 

W09-004 B20499 90330029 

W09-004 B204B0 90330030 

W09-004 B20491 90330031 

W09-004 B20492 90330032 

S09-004 B203P7 90330033 

S09-004 B203P8 90330034 
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Matrix Sampled 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

WATER 04/10/09 

Received 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 
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lntrnduction 

Attachment 2 
NarratiYe 

WSCF90330 

Thirty-four (34) groundwater samples were received at the WSCF Laboratory on April 10, 2009. 
Samples were analyzed for the analytes indicated on the attached copy of the chain of custody 
(COC) form in accordance with the S1mem ent of Work (SOTf?, Modif'ica1ion . ·o. 2 to Ag reement 
36587, Release 3, "FH WSCF ANALY17CAL SERVJCES FOR GRO 'NDWAll;,'R." 

The narrative (Attachment 2) will address sample characteristics, analyses requested and general 
information in performance of the analytical methods. A Data Summm·y Repm1 (Attachment 3) 
includes analytical results , a comment rcpo11 detailing method abnorn1a1ities, tentatively identified 
peaks if applicable, method references, and Laboratory QC information -as applicable. Copies of 
the chain of custody and sample receipt documentation arc included as Attachment 4 . 

1t should be noted that the attached chain of custody was stamped "ICED" by the WSCF 
Laboratory Sample Custodian during sample receiving, indicating the presence of ice in the 
transport container. 

The following generic data qualifiers (i.e. , B. D, and J) may be applicable to this report, as 
appropriate . 

• B - Sample results with a concentration greater than Lhc MDL but less than the PQL are 
B :flagged (applies to inorganic and wetchcm analyses), as appropriate. 

• D - Sample results are D flagged if dilution(s) were required. as appropriate. 

• J - Sample results with a concentration greater than the MDL but less than the PQL are J 
flagged (applies to organic analyses), as appropriate. 

Analvtical Methodology for Requested Analvses 

Refer to WSCFlvfethod References Report for a complete lis ting of approved analytfoal methods. 

Jnorganlc Comments 

Anions - Hold time requirements for this annlysis were mel. A Duplicate, Mau·ix Spike, Matrix 
Spike Duplicate, Bfank and Laboratory Control Sample were analyzed with this delivery group. 
Analytical Notc(s): 

• Chloride (Batch QC analyzed on sample# BJYM72) - Duplicate Relative Percent 
Difference (RPO) exceeded established laboratory limits due to low sample 
concentration. RPD does not apply to samp le results near or below the calibration range. 

All other QC controls arc within the established limits. 

ICP-AES Meta ls - The hold time requirements for this analysis were met A Matrix Spike, 
Matrix Spike Duplicate Blank and Laboratory Control Sample were analyzed with this delivery 
group. Analytical Notc(s): 
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Narrative ----------------------------------

June 05, 2009 20:06:01 

Attachment 2 
l.\arrati"e 

WSCF90330 

• Calcium, Magnesium and Sodium - sample concentrations exceeded piking levels by a 
factor of 4. Spike recoveries arc not valid. Check standard was analyzed to ensure 
linearity for those sample results that were greater than the calibrnl ion standard. 

All Other QC controls are w ithin the established limits. 

ICP- IS Metals - The hold time requirements for this analysis were met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboralo1y Control Sample were analyzed with this delivery 
group. 

AU QC controls arc within the established limits. 

Total Alkalin ity - The bold time requirement for this analysis was met. A Duplicate and 
La'boratory Control Sample were analyzed with this deli cry group. 

Al1 QC connols are within the established limits. 

Total Organic Carbon - The hold time requirement for this analysis was met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Method Spike were analyzed with this delivery group. 

Radiochemistry Comments 

Rad Chem - There arc no hold times associated with WSCF' s radiochemical methods. A 
Duplicate, Matrix Spike, Bkmk and Laboratory Control Sample were analyzed with this delivery 
group. Analytical otc(s): 

• Gross Alpha/ Gross Beta and Strontium-89/90 - Duplicate Relative Percent Differcnce(s) 
(RPD) exceeded established laboratory limits. The RPD criterion docs not apply to 
results near or below the minimum detectable activity. 

• Tritium (Batch QC analyzed on sample# B20492) - Duplicate RPD exceeded established 
laboratory limits. The RPD criterion docs not apply to results near or belo\v the 
minimum detectable activity. 

All other QC co11trols ure within the established limits. 

We certify that this data package is in compliance with the SOW, both technically and for 
completeness. for other than the conditions detailed above. Release of the data contained in this 
data package has been authorized by the Analytical Laboratory Manager (or designee) and the 
Client Services representative as verified by electronic signatures shown on the WSCF 
ANAL YTlCAL RESULTS REPORT. 
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WSCF ANALYTICAL RESULTS REPORT 

Contract# 

Group# 

Report Date 

MOA-FH-CHPRC-2008 

WSCF90330 

June 5, 2009 

Analytical: Electronically signed by Scot Fitzgerald 

Client Services: Electronically signed by Pauline Mix 

All radiochemistry results are reported on an "as received" basis. 

For 

CH2M Hill Plateau Remediation 

PO Box 1600 
Richland, WA 99352 

Attention: Michael Neely 

This information is intended for the use of the addressee only. If the reader of this report is not the intended recipient or is not authorized by the recipient to receive the report, you are hereby notified 
that any dissemination, distribution or copying of this report is strictly prohibited . If you have received this report in error, please notify WSCF Laboratory immediately by telephone at (509) 373-7020 or 
(509) 531-8004. Information designation of this report is the responsibility of the customer. 
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Batch QC List 

Attention Michael Neely 
Group# WSCF90330 

Department Inorganic Project Number S09-004 

QC Batch Analytical S# Type Sample# Client Sample# Original Test 
Batch 

23629 24076 BLANK 7029 BLANK ICP-6010 - All possible metals 

23629 24076 2 LCS 7030 LCS ICP-6010 -All possible metals 

23629 24076 4 MS 7031 B20581 (90326036MS) 90326036 ICP-6010 -All possible metals 

23629 24076 5 MSD 7032 B20581 (90326036MSD) 90326036 ICP-6010 -All possible metals 

23629 24076 11 SAMPLE 90330003 B20502 ICP-6010 - All possible metals 

23629 24076 12 SAMPLE 90330004 B20503 ICP-6010 - All possible metals 

23629 24076 13 SAMPLE 90330005 B204Y8 ICP-6010 - All possible metals 

23629 24076 14 SAMPLE 90330006 B204Y9 ICP-6010 - All possible metals 

23629 24076 15 SAMPLE 90330017 B20593 ICP-6010 - All possible metals 

23629 24076 16 SAMPLE 90330018 B20573 ICP-6010 - All possible metals 

23629 24076 17 SAMPLE 90330019 B204Y0 ICP-6010 - All possible metals 

23629 24076 18 SAMPLE 90330020 B204Y1 ICP-6010 -All possible metals 

23629 24076 19 SAMPLE 90330021 B20594 ICP-6010 - All possible metals 

23629 24076 20 SAMPLE 90330022 B20574 ICP-6010 -All possible metals 

23720 23720 1 BLANK 7088 BLANK Anions by Ion Chromatography (Water) 

23720 23720 3 LCS 7090 LCS Anions by Ion Chromatography (Water) 

23720 23720 5 DUP 7091 B1YM72(90328001 DUP) 90328001 Anions by Ion Chromatography (Water) 

23720 23720 6 MS 7092 B1YM72(90328001 MS) 90328001 Anions by Ion Chromatography (Water) 

23720 23720 7 MSD 7093 B 1YM72(90328001 MSD) 90328001 Anions by Ion Chromatography (Water) 

23720 23720 8 SAMPLE 90330034 B203P8 Anions by Ion Chromatography (Water) 

23720 23720 9 SAMPLE 90330034 B203P8 Anions by Ion Chromatography (Water) 

23720 23720 10 SAMPLE 90330002 B203T2 Anions by Ion Chromatography (Water) 

23720 23720 11 SAMPLE 90330021 B20594 Anions by Ion Chromatography (Water) 
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Batch QC List 

Attention Michael Neely 
Department Inorganic 

QC Batch Analytical S# Type 
Batch 

23720 23720 12 SAMPLE 

23720 23720 13 SAMPLE 

23720 23720 14 SAMPLE 

23721 23721 1 BLANK 

23721 23721 3 LCS 

23721 23721 4 SAMPLE 

23721 23721 5 DUP 

23721 23721 6 MS 

23721 23721 7 MSD 

24095 24097 4 BLANK 

24095 24097 5 LCS 

24095 24097 9 MS 

24095 24097 10 MSD 

24095 24097 25 SAMPLE 

24095 24097 28 SAMPLE 

24095 24097 29 SAMPLE 

24095 24097 30 SAMPLE 

June 05, 2009 20:06:01 

Sample# Client Sample# 

90330021 B20594 

90330022 B20574 

90330022 B20574 

7095 BLANK 

7097 LCS 

90330004 B20503 

7098 B20503(90330004DUP) 

7099 B20503(90330004MS) 

7100 B20503(90330004MSD) 

7597 BLANK 

7598 LCS 

7599 B 1 YV07(90298003MS) 

7600 B 1 YV07(90298003MSD) 

90330001 B203T1 

90330002 B203T2 

90330033 B203P7 

90330034 B203P8 

Page 10 of 105 

Group# WSCF90330 

Project Number S09-004 

Original 

90330004 

90330004 

90330004 

90298003 

90298003 

Test 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 

ICP-2008 MS All possible metal 
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Batch QC List 

Attention Michael Neely 
Group# WSCF90330 

Department Radiochemistry Project Number S09-004 

QC Batch Analytical S# Type Sample# Client Sample# Original Test 
Batch 

23623 24019 DUP 7016 B 1 XP J8(90325007DUP) 90325007 Tritium by LSC 

23623 24019 2 MS 7017 B 1 XPJ8(90325007MS) 90325007 Tritium by LSC 

23623 24019 11 SAMPLE 90330002 B203T2 Tritium by LSC 

23623 24019 12 SAMPLE 90330015 B20476 Tritium by LSC 

23623 24019 13 SAMPLE 90330016 B204H2 Tritium by LSC 

23623 24019 14 SAMPLE 90330031 B20491 Tritium by LSC 

23623 24019 15 BLANK 7014 BLANK Tritium by LSC 

23623 24019 16 LCS 7015 LCS Tritium by LSC 

23726 24130 1 BLANK 7116 BLANK Strontium 89/90 (GPC/GEA) 

23726 24130 2 LCS 7117 LCS Strontium 89/90 (GPC/GEA) 

23726 24130 4 DUP 7118 B203P4(90326011 DUP) 90326011 Strontium 89/90 (GPC/GEA) 

23726 24130 7 SAMPLE 90330002 B203T2 Strontium 89/90 (GPC/GEA) 

23726 24130 8 SAMPLE 90330034 B203P8 Strontium 89/90 (GPC/GEA) 

23824 23970 1 BLANK 7159 BLANK Tritium by LSC 

23824 23970 2 LCS 7160 LCS Tritium by LSC 

23824 23970 3 SAMPLE 90330032 B20492 Tritium by LSC 

23824 23970 4 DUP 7161 B20492(90330032DUP) 90330032 Tritium by LSC 

23824 23970 5 MS 7162 B20492(90330032MS) 90330032 Tritium by LSC 

23824 23970 6 SAMPLE 90330034 B203P8 Tritium by LSC 

23951 23969 1 BLANK 7302 BLANK TC99 by Liquid Scintillation 

23951 23969 2 LCS 7303 LCS TC99 by Liquid Scintillation 

23951 23969 4 DUP 7304 B1YM72(90328001 DUP) 90328001 TC99 by Liquid Scintillation 

23951 23969 5 MS 7305 B1YM72(90328001 MS) 90328001 TC99 by Liquid Scintillation 

June 05, 2009 20:06:01 Page 11 of 105 3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



Batch QC List 

Attention Michael Neely 
Department Radiochemistry 

QC Batch Analytical S# Type 
Batch 

23951 23969 8 SAMPLE 

23951 23969 9 SAMPLE 

32331 34930 1 BLANK 

32331 34930 2 LCS 

32331 34930 5 DUP 

32331 34930 20 SAMPLE 

32331 34930 21 SAMPLE 

32331 34930 22 SAMPLE 

32331 34930 23 SAMPLE 

June 05, 2009 20:06:01 

Sample# 

90330002 

90330034 

8665 

8666 

8667 

90330002 

90330002 

90330034 

90330034 

Group# WSCF90330 

Project Number S09-004 

Client Sample# Original Test 

B203T2 TC99 by Liquid Scintillation 

B203P8 TC99 by Liquid Scintillation 

BLANK Gross Alpha/Gross Beta 

LCS Gross Alpha/Gross Beta 

B1XNM5(90320007DUP) 90320007 Gross Alpha/Gross Beta 

B203T2 Gross Alpha/Gross Beta 

B203T2 Gross Alpha/Gross Beta 

B203P8 Gross Alpha/Gross Beta 

B203P8 Gross Alpha/Gross Beta 
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Batch QC List 

Group# WSCF90330 
Attention Michael Neely 

Project Number S09-004 Department Wet Chemistry 

QC Batch Analytical S# Type Sample# Client Sample# Original Test 
Batch 
23642 3 DUP 7050 81YW72(90291023DUP) 90291023 Total Alkalinity as mg/L CaCO3 (Water) 

23642 13 LCS 7051 LCS Total Alkalinity as mg/L CaCO3 (Water) 

23642 23 SAMPLE 90330032 820492 Total Alkalinity as mg/L CaCO3 (Water) 

23642 24 LCS 7052 LCS Total Alkalinity as mg/L CaCO3 (Water) 

24138 1 LCS 7710 LCS Total Alkalinity as mg/L CaCO3 (Water) 

24138 2 SAMPLE 90330016 8204H2 Total Alkalinity as mg/L CaCO3 (Water) 

24138 3 DUP 7711 8204H2(90330016DUP) 90330016 Total Alkalinity as mg/L CaCO3 (Water) 

24138 4 SAMPLE 90330015 820476 Total Alkalinity as mg/L CaCO3 (Water) 

24138 5 SAMPLE 90330031 820491 Total Alkalinity as mg/L CaCO3 (Water) 

24138 13 LCS 7712 LCS Total Alkalinity as mg/L CaCO3 (Water) 

24743 24743 2 BLANK 7764 BLANK Total Organic Carbon 

24743 24743 3 LCS 7765 LCS Total Organic Carbon 

24743 24743 5 MS 7766 8204D6(90326025MS) 90326025 Total Organic Carbon 

24743 24743 6 MSD 7767 8204D6(90326025MSD) 90326025 Total Organic Carbon 

24743 24743 11 SAMPLE 90330007 820471 Total Organic Carbon 

24743 24743 12 SAMPLE 90330008 820472 Total Organic Carbon 

24743 24743 13 SAMPLE 90330009 820473 Total Organic Carbon 

24743 24743 14 SAMPLE 90330010 820474 Total Organic Carbon 

24743 24743 15 SAMPLE 90330011 8204F7 Total Organic Carbon 

24743 24743 17 SAMPLE 90330012 8204F8 Total Organic Carbon 

24743 24743 18 MS 7769 8204F8(90330012MS) 90330012 Total Organic Carbon 

24743 24743 19 MSD 7770 8204F8(90330012MSD) 90330012 Total Organic Carbon 

24743 24743 20 SAMPLE 90330013 8204F9 Total Organic Carbon 
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Batch QC List 

Attention Michael Neely 
Department Wet Chemistry 

QC Batch Analytical S# Type 
Batch 

24743 24743 21 SAMPLE 

24743 24743 22 SAMPLE 

24743 24743 23 SAMPLE 

24743 24743 24 SAMPLE 

24743 24743 25 SAMPLE 

24743 24743 26 SAMPLE 

24743 24743 27 SAMPLE 

24743 24743 28 SAMPLE 

25564 25564 2 BLANK 

25564 25564 3 LCS 

25564 25564 4 SAMPLE 

25564 25564 5 MS 

25564 25564 6 MSD 

June 05, 2009 20:06:01 

Sample# Client Sample# 

90330014 B204H0 

90330023 B20485 

90330024 B20486 

90330025 B20487 

90330026 B20488 

90330027 B20497 

90330028 B20498 

90330029 B20499 

8016 BLANK 

8017 LCS 

90330030 B204B0 

8018 B204B0(90330030MS) 

8019 B204B0(90330030MSD) 

Page 14 of 105 

Group# WSCF90330 

Project Number S09-004 

Original Test 

Total Organic Carbon 

Total Organic Carbon 

Total Organic Carbon 

Total Organic Carbon 

Total Organic Carbon 

Total Organic Carbon 

Total Organic Carbon 

Total Organic Carbon 

Total Organic Carbon 

Total Organic Carbon 

Total Organic Carbon 

90330030 Total Organic Carbon 

90330030 Total Organic Carbon 
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Method Reference 

Attention 
Department 

Michael Neely 
Inorganic 

Group # WSCF90330 
Project Number S09-004 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method . Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method. 

LA-505-411 

LA-505-412 

LA-533-410 

Elemental Analysis by ICP Atomic Emission Spectroscopy (ICP-AES) 
EPA SW-846 601 0C Inductively Coupled Plasma-Atomic Emmision Spectrometry 
HEIS 6010_METALS_ICP Inductively Coupled Plasma-Atomic Emmision Spectrometry 
Determination of Trace Elements in Waters & Wastes by ICP-Mass Spectrometry 
EPA-600/R-94-111 200.8 Determination of Trace Elements in Waters and Waste by Inductively 

Coupled Plasma 
HEIS 200.B_METALS_ICPMS Determination of Trace Elements in Waters and Waste by Inductively 

Coupled Plasma, Mass Spec. 
Anion Analysis by Ion Chromatography 
EPA-600/R-94-111 300.0 
HEIS 300.0_ANIONS_IC 

Determination of Inorganic Anions by Ion Chromatography 
Determination of Inorganic Anions by Ion Chromatography 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-DOL/index.cfm 
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Method Reference 

Attention 
Department 

Michael Neely 
Radiochemistry 

Group# WSCF90330 

Project Number S09-004 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method. 

LA-220-406 Strontium-89 and 90 in Aqueous Samples by SR-SPEC Separation 

HEIS SRTOT_SEP _PRECIP _GPC Strontium 89/90, by Sr-Spec Sep. 
LA-508-415 Operation Of The Protean 2-lnch Alpha/Beta Counting System For Gross Alpha/ Beta Samples 

HEIS ALPHA_GPC Gross Alpha by GPC 
HEIS BETA_GPC Gross Beta by GPC 
HEIS SRTOT_SEP _PRECIP _GPC Strontium beta isotopic, GPC 

LA-508-421 Operation of the Tri-Carb Model 2500TR Liquid Scintillation Analyzer 

HEIS ALPHA_LSC A/B Liquid Scintillation 
HEIS BETA_LSC A/B Liquid Scintillation 
HEIS TC99_3MDSK_LSC TC99 by Liquid Scintillation 
HEIS TRITIUM_EIE_LSC Tritium, by Eichrome ion exchange, LSC 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-DOL/index.cfm 
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Method Reference 

Attention 
Department 

Michael Neely 
Wet Chemistry 

Group# WSCF90330 

Project Number S09-004 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience , this table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method. 

LA-344-406 Total Organic Carbon (TOC) Based on SW-846 

EPA SW-846 9060 
HEIS 9060_TOC 

LA-531-411 Alkalinity 
EPA-600/4-79-020 310.1 
HEIS 2320 _ALKALINITY 

Total Organic Carbon 
Total Organic Carbon 

Alkalinity 
Alkalinity 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.rl.gov/rapidweb/AS-DOL/index.cfm 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 
Sample ID 

90330001 

S09-004 

8203T1 

Test Performed 

I ICPMS Prep 
ICP-MS 

CAS# Method RQ Result 

Arsenic 7440-38-2 LA-505-412 8.67 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err= Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:06 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

0.40 

PQL 

4.0 

U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/23/09 

04/23/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample # 90330002 

SAF# S09-004 
Sample ID B203T2 

Test Performed CAS# Method RQ Result 

I Anions by IC 
Anions by IC 
Fluoride 16984-48-8 LA-533-410 BD 0.170 

Chloride 16887-00-6 LA-533-410 D 4.51 
Nitrite-N NO2-N LA-533-410 UD <0.026 

Nitrate-N NO3-N LA-533-410 D 7.18 

Sulfate 14808-79-8 LA-533-410 D 28.3 

I ICPMS Prep 
ICP-MS 
Arsenic 7440-38-2 LA-505-412 8.91 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 

TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:06 

C - Analyte was found in the Associated Blank. {Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/L 

Group# WSCF90330 
Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

2 

2 

2 

2 

2 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.046 

0.094 

0.026 

0.024 

0.26 

0.40 

PQL 

0.40 

0.80 

0.20 

0.20 

2.0 

4.0 

U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/23/09 

04/23/09 

3004.1.1084.3 
Report ID: 90330 

Group# WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF90330 

Project Number S09-004 

Sample # 90330003 Matrix WATER 

SAF# W09-004 Sampled 04/10/09 

Sample ID B20502 Received 04/10/09 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I ICP Prep 04/13/09 
ICP-AES 

Antimony 7440-36-0 LA-505-411 u <38 ug/L 1 38 190 04/22/09 
Barium 7440-39-3 LA-505-411 21.0 ug/L 1 4.0 20 04/22/09 
Beryllium 7440-41-7 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Calcium 7440-70-2 LA-505-411 26000 ug/L 1 39 200 04/22/09 
Chromium 7440-47-3 LA-505-411 u <13 ug/L 1 13 65 04/22/09 
Cobalt 7440-48-4 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Copper 7440-50-8 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Iron 7439-89-6 LA-505-411 B 18.5 ug/L 1 18 90 04/22/09 
Magnesium 7439-95-4 LA-505-411 7030 ug/L 1 16 80 04/22/09 
Manganese 7439-96-5 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Nickel 7440-02-0 LA-505-411 B 7.40 ug/L 1 4.0 20 04/22/09 
Potassium 7440-09-7 LA-505-411 4520 ug/L 1 55 280 04/22/09 
Silver 7440-22-4 LA-505-411 u <5.0 ug/L 1 5.0 25 04/22/09 
Sodium 7440-23-5 LA-505-411 11700 ug/L 1 17 85 04/22/09 
Strontium 7440-24-6 LA-505-411 123 ug/L 1 4.0 20 04/22/09 
Vanadium 7440-62-2 LA-505-411 B 25.3 ug/L 1 12 60 04/22/09 

MDL= Minimum Detection B - Analyte < the RDL but>= the IDUMDL. (Inorganic) U - Analyzed for but not detected above limiting criteria . 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err= Total Propagated D -Analyte was reported at a secondary diltution factor. 

OF= Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample # 90330003 

SAF# W09-004 

Sample ID B20502 

Test Performed CAS# Method RQ Result 

Zinc 7440-66-6 LA-505-411 u <4.0 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:07 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

4.0 

PQL 

20 

U -Analyzed for but not detected above limiting criteria . 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/22/09 

3004.1 .1084.3 
Reportl D: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF90330 

Project Number S09-004 

Sample # 90330004 Matrix WATER 

SAF# W09-004 Sampled 04/10/09 

Sample ID 820503 Received 04/10/09 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I Anions by IC 04/11/09 

Anions by IC 

Fluoride 16984-48-8 LA-533-410 BD 0.147 ug/ml 2 0.046 0.40 04/11/09 

Chloride 16887-00-6 LA-533-410 D 3.37 ug/ml 2 0.094 0.80 04/11/09 

Nitrite-N NO2-N LA-533-410 UD <0.026 ug/ml 2 0.026 0.20 04/11/09 

Nitrate-N NO3-N LA-533-410 D 0.423 ug/ml 2 0.024 0.20 04/11/09 

Sulfate 14808-79-8 LA-533-410 D 25.7 ug/ml 2 0.26 2.0 04/11/09 

I ICP Prep 04/13/09 

ICP-AES 

Iron 7439-89-6 LA-505-411 90.6 ug/L 1 18 90 04/22/09 

Magnesium 7439-95-4 LA-505-411 7300 ug/L 1 16 80 04/22/09 

Manganese 7439-96-5 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 

Nickel 7440-02-0 LA-505-411 B 10.9 ug/L 1 4.0 20 04/22/09 

Potassium 7440-09-7 LA-505-411 4640 ug/L 1 55 280 04/22/09 

Silver 7440-22-4 LA-505-411 u <5.0 ug/L 1 5.0 25 04/22/09 

Sodium 7440-23-5 LA-505-411 12000 ug/L 1 17 85 04/22/09 

Antimony 7440-36-0 LA-505-411 u <38 ug/L 1 38 190 04/22/09 

Barium 7440-39-3 LA-505-411 21.6 ug/L 1 4.0 20 04/22/09 

Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 

MDL= Minimum Detection B - Analyte < the RDL but>= the IDUMDL. (Inorganic) U - Analyzed for but not detected above limiting criteria . 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. 

DF = Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 
SAF# 
Sample ID 

90330004 

W09-004 

B20503 

Test Performed 

Chromium 

Cobalt 

Copper 

Vanadium 

Zinc 

Calcium 

Strontium 

Beryllium 

CAS# 

7440-47-3 

7440-48-4 

7440-50-8 

7440-62-2 

7440-66-6 

7440-70-2 

7440-24-6 

7440-41-7 

Method RQ Result 

LA-505-411 B 16.0 

LA-505-411 u <4.0 

LA-505-411 u <4.0 

LA-505-411 B 26.8 

LA-505-411 B 4.30 

LA-505-411 26400 

LA-505-411 125 

LA-505-411 u <4.0 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 

TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:08 

C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits . 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

OF 

1 

1 

1 

1 

1 

1 

1 

1 

WATER 

04/10/09 

04/10/09 

MDL 

13 

4.0 

4.0 

12 

4.0 

39 

4.0 

4.0 

PQL 

65 

20 

20 

60 

20 

200 

20 

20 

U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

3004.1 .1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 

Sample ID 

90330005 

W09-004 

B204Y8 

Test Performed 

I ICP Prep 
ICP-AES 

Antimony 

Barium 

Beryllium 

Cadmium 

Calcium 

Chromium 

Cobalt 

Copper 

Iron 

Magnesium 

Manganese 

Nickel 

Potassium 

Silver 

Sodium 

Strontium 

Vanadium 

CAS# 

7440-36-0 

7440-39-3 

7440-41-7 

7440-43-9 

7440-70-2 

7440-47-3 

7440-48-4 

7440-50-8 

7439-89-6 

7439-95-4 

7439-96-5 

7440-02-0 

7440-09-7 

7440-22-4 

7440-23-5 

7440-24-6 

7440-62-2 

Method RQ Result 

LA-505-411 u <38 

LA-505-411 24.2 

LA-505-411 u <4.0 

LA-505-411 u <4.0 

LA-505-411 34400 

LA-505-411 u <13 

LA-505-411 u <4.0 

LA-505-411 u <4.0 

LA-505-411 128 

LA-505-411 8580 

LA-505-411 34.3 

LA-505-411 u <4.0 

LA-505-411 6130 

LA-505-411 u <5.0 

LA-505-411 14800 

LA-505-411 167 
LA-505-411 B 29.9 

MDL= Minimum Detection B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. 

DF = Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

WATER 

04/10/09 

04/10/09 

MDL 

38 

4.0 

4.0 

4.0 

39 

13 

4.0 

4.0 

18 

16 

4.0 

4.0 

55 

5.0 

17 

4.0 

12 

PQL 

190 

20 

20 

20 

200 

65 

20 

20 

90 

80 

20 

20 

280 

25 

85 

20 

60 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/13/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

3004 .1 .1 084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample # 90330005 

SAF# W09-004 

Sample ID B204Y8 

Test Performed CAS# Method RQ Result 

Zinc 7440-66-6 LA-505-411 u <4.0 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:08 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 

E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

4.0 

PQL 

20 

U -Analyzed for but not detected above limiting criteria. 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/22/09 

3004.1.1084.3 

ReportlD : 90330 
Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF90330 

Project Number S09-004 

Sample # 90330006 Matrix WATER 

SAF# W09-004 Sampled 04/10/09 

Sample ID B204Y9 Received 04/10/09 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I ICP Prep 04/13/09 

ICP-AES 

Antimony 7440-36-0 LA-505-411 u <38 ug/L 1 38 190 04/22/09 

Barium 7440-39-3 LA-505-411 24.7 ug/L 1 4.0 20 04/22/09 

Beryllium 7440-41-7 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 

Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 

Calcium 7440-70-2 LA-505-411 34300 ug/L 1 39 200 04/22/09 

Chromium 7440-47-3 LA-505-411 u <13 ug/L 1 13 65 04/22/09 

Cobalt 7440-48-4 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 

Copper 7440-50-8 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 

Iron 7439-89-6 LA-505-411 295 ug/L 1 18 90 04/22/09 

Magnesium 7439-95-4 LA-505-411 8570 ug/L 1 16 80 04/22/09 

Manganese 7439-96-5 LA-505-411 42.7 ug/L 1 4.0 20 04/22/09 

Nickel 7440-02-0 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 

Potassium 7440-09-7 LA-505-411 6120 ug/L 1 55 280 04/22/09 

Silver 7440-22-4 LA-505-411 u <5.0 ug/L 1 5.0 25 04/22/09 

Sodium 7440-23-5 LA-505-411 14700 ug/L 1 17 85 04/22/09 

Strontium 7440-24-6 LA-505-411 167 ug/L 1 4.0 20 04/22/09 

Vanadium 7440-62-2 LA-505-411 B 33.8 ug/L 1 12 60 04/22/09 

MDL = Minimum Detection B - Analyte < the RDL but>= the IDUMDL. (Inorganic) U -Analyzed for but not detected above limiting criteria. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err= Total Propagated D - Analyte was reported at a secondary diltution factor. 

OF= Dilution Factor E - Analyte is an estimate, see comment section . 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample # 90330006 

SAF# W09-004 

Sample ID B204Y9 

Test Performed CAS# Method RQ Result 

Zinc 7440-66-6 LA-505-411 B 5.80 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:08 

B -Analyte < the RDL but>= the IDUMDL. (Inorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

4.0 

PQL 

20 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/22/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 

Sample ID 

90330017 

W09-004 

B20593 

Test Performed 

I ICP Prep 
ICP-AES 

Antimony 

Barium 

Beryllium 

Cadmium 

Calcium 

Chromium 

Cobalt 

Copper 

Iron 

Magnesium 

Manganese 

Nickel 

Potassium 

Silver 

Sodium 

Strontium 

Vanadium 

CAS# 

7440-36-0 

7440-39-3 

7440-41-7 

7440-43-9 

7440-70-2 

7440-47-3 

7440-48-4 

7440-50-8 

7439-89-6 

7439-95-4 

7439-96-5 

7440-02-0 

7440-09-7 

7440-22-4 

7440-23-5 

7440-24-6 

7440-62-2 

Method RQ Result 

LA-505-411 u <38 

LA-505-411 71.2 

LA-505-411 u <4.0 

LA-505-411 u <4.0 

LA-505-411 59500 

LA-505-411 u <13 

LA-505-411 u <4.0 

LA-505-411 u <4.0 

LA-505-411 B 28.7 

LA-505-411 16900 

LA-505-411 u <4.0 

LA-505-411 u <4.0 

LA-505-411 6730 

LA-505-411 u <5.0 

LA-505-411 22300 

LA-505-411 324 

LA-505-411 B 22.1 

MDL= Minimum Detection B - Analyte < the RDL but >= the IDUMDL. (Inorganic) 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. 

OF = Dilution Factor E - Analyte is an estimate, see comment section . 

+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

WATER 

04/10/09 

04/10/09 

MDL 

38 

4.0 

4.0 

4.0 

39 

13 

4.0 

4.0 

18 

16 

4.0 

4.0 

55 

5.0 

17 

4.0 

12 

PQL 

190 

20 

20 

20 

200 

65 

20 

20 

90 

80 

20 

20 

280 

25 

85 

20 

60 

U - Analyzed for but not detected above limiting criteria. 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/13/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

3004.1.1084.3 

ReportlD: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 90330017 

SAF# W09-004 

Sample ID B20593 

Test Performed CAS# Method RQ Result 

Zinc 7440-66-6 LA-505-411 u <4.0 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:09 

B -Analyte < the RDL but>= the IDUMDL. (Inorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 
D -Analyte was reported at a secondary diltution factor. 
E -Analyte is an estimate, see comment section . 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

4.0 

PQL 

20 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/22/09 

3004.1.1084.3 
Report ID: 90330 

Group# WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF90330 

Project Number S09-004 

Sample# 90330018 Matrix WATER 

SAF# W09-004 Sampled 04/10/09 

Sample ID B20573 Received 04/10/09 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I ICP Prep 04/13/09 
ICP-AES 

Antimony 7440-36-0 LA-505-411 u <38 ug/L 1 38 190 04/22/09 

Barium 7440-39-3 LA-505-411 73.6 ug/L 1 4.0 20 04/22/09 
Beryllium 7440-41-7 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Calcium 7440-70-2 LA-505-411 59500 ug/L 1 39 200 04/22/09 
Chromium 7440-47-3 LA-505-411 u <13 ug/L 1 13 65 04/22/09 
Cobalt 7440-48-4 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Copper 7440-50-8 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Iron 7439-89-6 LA-505-411 116 ug/L 1 18 90 04/22/09 
Magnesium 7439-95-4 LA-505-411 17100 ug/L 1 16 80 04/22/09 
Manganese 7439-96-5 LA-505-411 B 18.1 ug/L 1 4.0 20 04/22/09 
Nickel 7440~02-o LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Potassium 7440-09-7 LA-505-411 7260 ug/L 1 55 280 04/22/09 
Silver 7440-22-4 LA-505-41 1 u <5.0 ug/L 1 5.0 25 04/22/09 
Sodium 7440-23-5 LA-505-411 23300 ug/L 1 17 85 04/22/09 
Strontium 7440-24-6 LA-505-411 304 ug/L 1 4.0 20 04/22/09 
Vanadium 7440-62-2 LA-505-411 B 20.8 ug/L 1 12 60 04/22/09 

MDL = Minimum Detection B - Analyte < the RDL but>= the IDUMDL. (Inorganic) U - Analyzed for but not detected above limiting criteria. 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. 

DF = Dilution Factor E - Analyte is an estimate, see comment section . 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits . 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 90330018 

SAF# W09-004 

Sample ID B20573 

Test Performed CAS# Method RQ Result 

Zinc 7440-66-6 LA-505-411 B 4.90 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:09 

B -Analyte < the RDL but>= the IDUMDL. (Inorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E -Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits . 
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TP Err Units 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

4.0 

PQL 

20 

U -Analyzed for but not detected above limiting criteria . 
X,Y or Z - See comment detail and/or narrative. 

·Analyzed 

04/22/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF90330 

Project Number S09-004 

Sample# 90330019 Matrix WATER 

SAF# W09-004 Sampled 04/10/09 

Sample ID B204Y0 Received 04/10/09 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I ICP Prep 04/13/09 
ICP-AES 

Antimony 7440-36-0 LA-505-411 u <38 ug/L 1 38 190 04/22/09 

Barium 7440-39-3 LA-505-411 74.5 ug/L 1 4.0 20 04/22/09 
Beryllium 7440-41-7 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Calcium 7440-70-2 LA-505-411 56200 ug/L 1 39 200 04/22/09 
Chromium 7440-47-3 LA-505-411 u <13 ug/L 1 13 65 04/22/09 
Cobalt 7440-48-4 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Copper 7440-50-8 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Iron 7439-89-6 LA-505-411 B 41.4 ug/L 1 18 90 04/22/09 
Magnesium 7439-95-4 LA-505-411 17300 ug/L 1 16 80 04/22/09 
Manganese 7439-96-5 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Nickel 7440-02-0 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Potassium 7440-09-7 LA-505-411 7340 ug/L 1 55 280 04/22/09 
Silver 7440-22-4 LA-505-411 u <5.0 ug/L 1 5.0 25 04/22/09 
Sodium 7440-23-5 LA-505-411 24400 ug/L 1 17 85 04/22/09 
Strontium 7440-24-6 LA-505-411 289 ug/L 1 4.0 20 04/22/09 
Vanadium 7440-62-2 LA-505-411 B 17.7 ug/L 1 12 60 04/22/09 

MDL= Minimum Detection B - Analyte < the RDL but>= the IDUMDL. (Inorganic) U -Analyzed for but not detected above limiting criteria. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. 

OF = Dilution Factor E - Analyte is an estimate, see comment section. 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 90330019 

SAF# W09-004 

Sample ID 8204Y0 

Test Performed CAS# Method RQ Result 

Zinc 7440-66-6 LA-505-411 u <4.0 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:10 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 

C - Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 

E -Analyte is an estimate, see comment section. 

N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

4.0 

PQL 

20 

U - Analyzed for but not detected above limiting criteria. 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/22/09 

3004.1.1084.3 

Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 90330020 

SAF# W09-004 

Sample ID B204Y1 

Test Performed CAS# Method RQ Result 

I ICP Prep 
ICP-AES 

Antimony 7440-36-0 LA-505-411 u <38 

Barium 7440-39-3 LA-505-411 73.9 

Beryllium 7440-41-7 LA-505-411 u <4.0 

Cadmium 7440-43-9 LA-505-411 u <4.0 

Calcium 7440-70-2 LA-505-411 55500 

Chromium 7440-47-3 LA-505-411 B 14.6 

Cobalt 7440-48-4 LA-505-411 u <4.0 

Copper 7440-50-8 LA-505-411 u <4.0 

Iron 7439-89-6 LA-505-411 B 55.4 
Magnesium 7439-95-4 LA-505-411 17000 
Manganese 7439-96-5 LA-505-411 u <4.0 

Nickel 7440-02-0 LA-505-411 B 7.50 

Potassium 7440-09-7 LA-505-411 7380 
Silver 7440-22-4 LA-505-411 u <5.0 

Sodium 7440-23-5 LA-505-411 24300 

Strontium 7440-24-6 LA-505-411 283 

Vanadium 7440-62-2 LA-505-411 B 22.6 

MDL= Minimum Detection B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. 

DF = Dilution Factor E - Analyte is an estimate, see comment section . 
+ - Indicates more than nine qualifie r N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

WATER 

04/10/09 

04/10/09 

MDL 

38 

4.0 

4.0 

4.0 

39 

13 

4.0 

4.0 

18 

16 

4.0 

4.0 

55 

5.0 

17 

4.0 

12 

PQL 

190 

20 

20 

20 

200 

65 

20 

20 

90 

80 

20 

20 

280 

25 

85 

20 

60 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/13/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

3004.1.1084.3 
Report ID: 90330 

Group# WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample # 90330020 

SAF# W09-004 

Sample ID 8204Y1 

Test Performed CAS# Method RQ Result 

Zinc 7440-66-6 LA-505-411 u <4.0 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:10 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 
C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 

E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

OF 

WATER 

04/10/09 

04/10/09 

MDL 

4.0 

PQL 

20 

U -Analyzed for but not detected above limiting criteria. 

X ,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/22/09 

3004.1.1084.3 
ReportlD:90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 
Sample ID 

90330021 

W09-004 

B20594 

Test Performed 

I Anions by IC 
Anions by IC 

Fluoride 

Chloride 

Nitrite-N 

Nitrate-N 

Sulfate 

I ICP Prep 
ICP-AES 

Iron 

Magnesium 

Manganese 

Nickel 

Potassium 

Silver 

Sodium 

Antimony 

Barium 

Cadmium 

CAS# 

16984-48-8 

16887-00-6 

N02-N 
N03-N 
14808-79-8 

7439-89-6 

7439-95-4 

7439-96-5 

7440-02-0 

7440-09-7 

7440-22-4 

7440-23-5 

7440-36-0 

7440-39-3 

7440-43-9 

Method RQ Result 

LA-533-410 BD 0.158 

LA-533-410 D 13.1 

LA-533-410 UD <0.026 

LA-533-410 D 16.7 

LA-533-410 D 61.4 

LA-505-411 B 43.4 

LA-505-411 16300 

LA-505-411 u <4.0 

LA-505-411 B 4.90 

LA-505-411 6670 

LA-505-411 u <5.0 

LA-505-411 22100 

LA-505-411 u <38 

LA-505-411 68.8 
LA-505-411 u <4.0 

MDL= Minimum Detection 8 - Analyte < the RDL but >= the IDUMDL. (Inorganic) 

RQ = Result Qualifier C - Analyte was found in the Associated Blank. (Inorganic) 

TP Err= Total Propagated D - Analyte was reported at a secondary diltution factor. 

DF = Dilution Factor E - Analyte is an estimate, see comment section . 

+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

2 

2 

2 

10 

2 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.046 

0.094 

0.026 

0.12 

0.26 

18 

16 

4.0 

4.0 

55 

5.0 

17 

38 

4.0 

4.0 

PQL 

0.40 

0.80 

0.20 

1.0 

2.0 

90 

80 

20 

20 

280 

25 

85 

190 

20 

20 

U -Analyzed for but not detected above limiting criteria. 

X ,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/13/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

3004.1.1084.3 

Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 90330021 

SAF# W09-004 

Sample ID 820594 

Test Performed CAS# Method RQ Result 

Chromium 7440-47-3 LA-505-411 u <13 

Cobalt 7440-48-4 LA-505-411 u <4.0 

Copper 7440-50-8 LA-505-411 u <4.0 

Vanadium 7440-62-2 LA-505-411 8 28.0 

Zinc 7440-66-6 LA-505-411 u <4.0 

Calcium 7440-70-2 LA-505-411 56000 

Strontium 7440-24-6 LA-505-411 311 

Beryllium 7440-41-7 LA-505-411 u <4.0 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 

TP Err= Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:11 

C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section . 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

OF 

1 

1 

1 

1 

1 

1 

1 

1 

WATER 

04/10/09 

04/10/09 

MDL 

13 

4.0 

4.0 

12 

4.0 

39 

4.0 

4.0 

PQL 

65 

20 

20 

60 

20 

200 

20 

20 

U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

3004.1.1084.3 
ReportlD:90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF90330 

Project Number S09-004 

Sample # 90330022 Matrix WATER 

SAF# W09-004 Sampled 04/10/09 

Sample ID B20574 Received 04/10/09 

Test Performed CAS# Method RQ Result TP Err Units DF MDL PQL Analyzed 

I Anions by IC 04/10/09 
Anions by IC 

Fluoride 16984-48-8 LA-533-410 BO 0.241 ug/ml 2 0.046 0.40 04/10/09 

Chloride 16887-00-6 LA-533-410 D 12.9 ug/ml 2 0.094 0.80 04/10/09 
Nitrite-N N02-N LA-533-410 UD <0.026 ug/ml 2 0.026 0.20 04/10/09 
Nitrate-N N03-N LA-533-410 D 17.3 ug/ml 10 0.12 1.0 04/10/09 

Sulfate 14808-79-8 LA-533-410 D 59.6 ug/ml 2 0.26 2.0 04/10/09 

I ICP Prep 04/13/09 
ICP-AES 

Iron 7439-89-6 LA-505-411 224 ug/L 1 18 90 04/22/09 
Magnesium 7439-95-4 LA-505-411 16400 ug/L 1 16 80 04/22/09 
Manganese 7439-96-5 LA-505-411 B 18.9 ug/L 1 4.0 20 04/22/09 
Nickel 7440-02-0 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 
Potassium 7440-09-7 LA-505-411 6800 ug/L 1 55 280 04/22/09 
Silver 7440-22-4 LA-505-411 u <5.0 ug/L 1 5.0 25 04/22/09 
Sodium 7440-23-5 LA-505-411 22100 ug/L 1 17 85 04/22/09 
Antimony 7440-36-0 LA-505-411 u <38 ug/L 1 38 190 04/22/09 
Barium 7440-39-3 LA-505-411 71 .3 ug/L 1 4.0 20 04/22/09 
Cadmium 7440-43-9 LA-505-411 u <4.0 ug/L 1 4.0 20 04/22/09 

MDL= Minimum Detection B - Analyte < the RDL but>= the IDUMDL. (Inorganic) U -Analyzed for but not detected above limiting criteria. 

RQ = Result Qualifier C -Analyte was found in the Associated Blank. (Inorganic) X,Y or Z - See comment detail and/or narrative. 

TP Err = Total Propagated D - Analyte was reported at a secondary diltution factor. 

OF = Dilution Factor E -Analyte is an estimate, see comment section . 
+ - Indicates more than nine qualifier N - MS and/or MSD sample recovery outside control limits. 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample # 90330022 

SAF# W09-004 

Sample ID B2057 4 

Test Performed CAS# Method RQ Result 

Chromium 7440-47-3 LA-505-411 u <13 

Cobalt 7440-48-4 LA-505-411 u <4.0 

Copper 7440-50-8 LA-505-411 u <4.0 

Vanadium 7440-62-2 LA-505-411 B 23.4 

Zinc 7440-66-6 LA-505-411 B 16.8 

Calcium 7440-70-2 LA-505-411 58000 

Strontium 7440-24-6 LA-505-411 291 

Beryllium 7440-41 -7 LA-505-411 u <4.0 

MDL = Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 

TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:12 

C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits . 
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Group # WSCF90330 

Project Number S09-004 

Matrix WATER 

Sampled 04/10/09 

Received 04/10/09 

TP Err Units OF MDL PQL 

ug/L 1 13 65 

ug/L 1 4.0 20 

ug/L 1 4.0 20 

ug/L 1 12 60 

ug/L 1 4.0 20 

ug/L 1 39 200 

ug/L 1 4.0 20 

ug/L 1 4.0 20 

U -Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

04/22/09 

3004.1.1084.3 
Report ID: 90330 

Group# WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample # 90330033 

SAF# S09-004 

Sample ID B203P7 

Test Performed CAS# Method RQ Result 

I ICPMS Prep 
ICP-MS 

Arsenic 7440-38-2 LA-505-412 10.1 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:13 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits . 

Page 40 of 1 05 

TP Err Units 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

0.40 

PQL 

4.0 

U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/23/09 

04/23/09 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 
Sample ID 

90330034 

S09-004 

B203P8 

Test Performed 

I Anions by IC 
Anions by IC 

Fluoride 

Chloride 

Nitrite-N 

Nitrate-N 

Sulfate 

I ICPMS Prep 
ICP-MS 

Uranium 

Arsenic 

CAS# 

16984-48-8 

16887-00-6 

NO2-N 

NO3-N 

14808-79-8 

7440-61-1 

7440-38-2 

Method RQ Result 

LA-533-410 BD 0.276 

LA-533-410 D 14.4 

LA-533-410 UD <0.026 

LA-533-410 D 11.2 

LA-533-410 D 72.1 

LA-505-412 14.4 

LA-505-412 5.09 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but>= the IDUMDL. (Inorganic) 

TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:13 

C -Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 

E - Analyte is an estimate, see comment section . 

N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/L 

ug/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

2 

2 

2 

10 

2 

1 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.046 

0.094 

0.026 

0.12 

0.26 

0.050 

0.40 

PQL 

0.40 

0.80 

0.20 

1.0 

2.0 

0.20 

4.0 

U -Analyzed for but not detected above limiting criteria. 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/23/09 

04/23/09 

04/23/09 

3004.1.1084.3 

Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample # 90330002 

SAF# S09-004 

Sample ID B203T2 

Test Performed CAS# Method RQ Result 

Alpha/Beta Prep 
Gross Alpha/Beta 
Gross Alpha 12587-46-1 LA-508-415 u 0.95 

Gross Beta 12587-47-2 LA-508-415 35 

I H3 EICHROM 
: TRI-CARB LSC 
Tritium 10028-17-8 LA-508-421 1.2E5 

I SR-89/90 
SR-89/90 
Strontium-89/90 SR-RAD LA-220-406 u -2.9 

I Tc-99 
: TRI-CARB LSC 
Technetium-99 14133-76-7 LA-508-421 19 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte was detected in both the BLANK and SAMPLE 
U -Analyzed for but not detected above limiting criteria . 

TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:13 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 
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TP Err Units 

.93 pCi/L 

4.3 pCi/L 

23000 pCi/L 

4.3 pCi/L 

6.9 pCi/L 

Group# WSCF90330 

Project Number S09-004 

Matrix WATER 

Sampled 04/10/09 

Received 04/10/09 

DF MDL PQL 

1.4 

2.0 

1 190 

1 2.1 

1 9.1 

Analyzed 

05/14/09 

05/21/09 

05/21/09 

04/13/09 

04/13/09 

04/14/09 

04/29/09 

04/16/09 

04/20/09 

3004.1 .1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample # 90330015 

SAF# W09-004 

Sample ID B20476 

Test Performed CAS# Method RQ Result 

I H3 EICHROM 
: TRI-CARB LSC 
Tritium 10028-17-8 LA-508-421 3000 

MDL = Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:14 

B - Analyte was detected in both the BLANK and SAMPLE 
U -Analyzed for but not detected above limiting criteria . 
N - Spike Recovery is Outside Control Limits. 

X,Y or Z - See comment detail and/or narrative. 
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TP Err Units 

640 pCi/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 
Received 

DF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

190 

PQL Analyzed 

04/13/09 

04/13/09 

3004.1.1084.3 

Report ID: 90330 
Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample# 
SAF# 
Sample ID 

90330016 

W09-004 
B204H2 

Test Performed 

I H3 EICHROM 
: TRI-CARB LSC 

CAS# Method RQ Result 

Tritium 10028-17-8 LA-508-421 5200 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err= Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:14 

B - Analyte was detected in both the BLANK and SAMPLE 
U - Analyzed for but not detected above limiting criteria. 
N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 
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TP Err Units 

1100 pCi/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

190 

PQL Analyzed 

04/13/09 

04/13/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample# 90330031 

SAF# W09-004 

Sample ID B20491 

Test Performed 

I H3 EICHROM 
~RI-CARB LSC 

CAS# Method RQ Result 

Tritium 10028-17-8 LA-508-421 4000 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:14 

B - Analyte was detected in both the BLANK and SAMPLE 
U - Analyzed for but not detected above limiting criteria . 
N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 
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TP Err Units 

830 pCi/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

190 

PQL Analyzed 

04/13/09 

04/13/09 

3004.1 .1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample# 
SAF# 
Sample ID 

90330032 

W09-004 

820492 

Test Performed 

: TRI-CARB LSC 
I H3 EICHROM 

CAS# Method RQ Result 

Tritium 10028-17-8 LA-508-421 u -51 

MDL= Minimum Detection 
RO = Result Qualifier 
TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:15 

B - Analyte was detected in both the BLANK and SAMPLE 
U .-Analyzed for but not detected above limiting criteria . 
N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 
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TP Err Units 

250 pCi/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 
Received 

DF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

240 

PQL Analyzed 

04/15/09 

04/15/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample# 
SAF# 
Sample ID 

90330034 

S09-004 

B203P8 

Test Performed 

Alpha/Beta Prep 
Gross Alpha/Beta 
Gross Alpha 

Gross Beta 

I H3 EICHROM 
: TRI-CARB LSC 
Tritium 

I SR-89/90 
SR-89/90 
Strontium-89/90 

I Tc-99 
: TRI-CARB LSC 
Technetium-99 

CAS# 

12587-46-1 

12587-47-2 

10028-17-8 

SR-RAD 

14133-76-7 

Method RQ Result 

LA-508-415 4.8 

LA-508-415 27 

LA-508-421 5.5E4 

LA-220-406 u -8.6 

LA-508-421 u 1.3 

MDL = Minimum Detection 
RQ = Result Qualifier 

B - Analyte was detected in both the BLANK and SAMPLE 
U -Analyzed for but not detected above limiting criteria . 

TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:15 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 
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TP Err Units 

2.5 pCi/L 

4.9 pCi/L 

11000 pCi/L 

4 pCi/L 

5.5 pCi/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 
Sampled 
Received 

DF 

1 

1 

1 

1 

1 

WATER 

04/10/09 

04/10/09 

MDL 

3.1 

4.8 

240 

2.0 

9.1 

PQL Analyzed 

05/14/09 

05/21/09 

05/21/09 

04/15/09 

04/15/09 

04/14/09 

04/29/09 

04/16/09 

04/20/09 

3004.1.1084.3 
Report ID: 90330 

Group# WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 

SAF# 

Sample ID 

90330007 

W09-004 

820471 

Test Performed 

Total Organic Carbon 

CAS# 

TOC 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:16 

Method RQ Result 

LA-344-406 u <0.30 

B - Analyte < the RDL but>= the IDUMDL. 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U - Analyzed for but not detected above limiting criteria . 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 

Sampled 

Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

PQL 

1.0 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330008 

SAF# W09-004 

Sample ID B20472 

Test Performed CAS# 

Total Organic Carbon TOG 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:16 

Method RQ Result 

LA-344-406 u <0.30 

8 - Analyte < the RDL but>= the IDUMDL. 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U -Analyzed for but not detected above limiting criteria. 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 

Sampled 

Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

PQL 

1.0 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330009 
SAF# W09-004 

Sample ID B20473 

Test Performed CAS# 

ITOC 
TOC 
Total Organic Carbon TOC 

MDL = Minimum Detection 
RQ = Result Qualifier 
TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:16 

Method RQ Result 

LA-344-406 u <0.30 

B -Analyte < the RDL but>= the IDUMDL. 

C -Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 

N - MS and/or MSD sample recovery outside control limits. 

U - Analyzed for but not detected above limiting criteria. 
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TP Err Units 

mg/L 

Group # WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

OF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

PQL 

1.0 

N - Spike Recovery is Outside Control Limits . 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 

Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 90330010 
SAF# W09-004 

Sample ID B20474 

Test Performed CAS# 

ITOC 
TOC 
Total Organic Carbon TOC 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:16 

Method RQ Result 

LA-344-406 u <0.30 

B - Analyte < the RDL but>= the IDUMDL. 

C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits . 
U -Analyzed for but not detected above limiting criteria . 
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TP Err Units 

mg/L 

Group# WSCF90330 
Project Number S09-004 

Matrix 

Sampled 

Received 

OF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

PQL 

1.0 

N - Spike Recovery is Outside Control Limits. 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 

Report ID: 90330 
Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 90330011 

SAF# W09-004 

Sample ID B204F7 

Test Performed CAS# 

I TOC 
TOC 

. Total Organic Carbon TOC 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:17 

Method RQ Result 

LA-344-406 B 0.498 

B -Analyte < the RDL but>= the IDUMDL. 

C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 

N - MS and/or MSD sample recovery outside control limits. 
U -Analyzed for but not detected above limiting criteria . 
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TP Err Units 

mg/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

PQL 

1.0 

N - Spike Recovery is Outside Control Limits. 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330012 

SAF# W09-004 

Sample ID B204F8 

Test Performed CAS# 

ITOC 
TOC 
Total Organic Carbon TOC 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:17 

Method RQ Result 

LA-344-406 B 0.473 

B - Analyte < the RDL but >= the IDUMDL. 

C -Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 

N - MS and/or MSD sample recovery outside control limits. 

U - Analyzed for but not detected above limiting criteria. 
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TP Err Units 

mg/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

OF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

PQL 

1.0 

N - Spike Recovery is Outside Control Limits. 

X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 

ReportlD : 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330013 

SAF# W09-004 

Sample ID B204F9 

Test Performed CAS# 

I TOC 
TOC 

Total Organic Carbon TOC 

MDL = Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:17 

Method RQ Result 

LA-344-406 B 0.504 

B - Analyte < the RDL but>= the IDUMDL. 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits . 
U - Analyzed for but not detected above limiting criteria . 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 

Sampled 

Received 

DF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

PQL 

1.0 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 

SAF# 
Sample ID 

90330014 

W09-004 

B204H0 

Test Performed 

Total Organic Carbon 

CAS# 

TOC 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:17 

Method RQ Result 

LA-344-406 B 0.510 

B - Analyte < the RDL but>= the IDUMDL. 
C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U -Analyzed for but not detected above limiting criteria . 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 

Sampled 

Received 

OF 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

PQL 

1.0 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



· WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330015 

SAF# W09-004 

Sample ID B20476 

Test Performed CAS# 

Alkalinity 

Method RQ Result 

Total Alkalinity as 
CaCO3 

ALKALINITY LA-531-411 84 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:18 

B - Analyte < the RDL but>= the IDUMDL. 

C -Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 

N - MS and/or MSD sample recovery outside control limits. 

U -Analyzed for but not detected above limiting criteria. 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 

Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

N - Spike Recovery is Outside Control Limits . 

X,Y or Z - See comment detail and/or narrative. 

PQL 

10 

Analyzed 

04/21/09 

3004.1.1084.3 

Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 90330016 

SAF# W09-004 

Sample ID 8204H2 

Test Performed CAS# 

Alkalinity 

Method RQ Result 

Total Alkalinity as 
CaCO3 

ALKALINITY LA-531-411 100 

MDL = Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:18 

B - Analyte < the RDL but>= the IDUMDL. 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U - Analyzed for but not detected above limiting criteria. 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 
Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

N - Spike Recovery is Outside Control Limits . 
X,Y or Z - See comment detail and/or narrative. 

PQL 

10 

Analyzed 

04/21/09 

3004.1.1084.3 
Report ID: 90330 

Group# WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330023 

SAF# W09-004 

Sample ID B20485 

Test Performed CAS# 

I TOC 
TOC 
Total Organic Carbon TOC 

MDL = Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Di lution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:18 

Method RQ Result 

LA-344-406 B 0.493 

B - Analyte < the RDL but >= the IDUMDL. 
C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits . 
U - Analyzed for but not detected above limiting cri teria . 
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TP Err Units 

mg/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 
Received 

DF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

PQL 

1.0 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330024 

SAF# W09-004 

Sample ID B20486 

Test Performed CAS# 

I TOC 
TOC 
Total Organic Carbon TOC 

MDL = Minimum Detection 
RQ = Result Qual ifier 
TP Err = Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:19 

Method RQ Result 

LA-344-406 B 0.486 

B - Analyte < the RDL but>= the IDUMDL. 
C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits . 
U - Analyzed for but not detected above limiting criteria . 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 

Sampled 

Received 

DF 

1 

WATER 

04/1 0/09 

04/1 0/09 

MDL 

0.30 

N - Spike Recovery is Outside Control Limits . 
X,Y or Z - See comment detail and/or narrative. 

PQL 

1.0 

Analyzed 

04/24/09 

04/24/09 

3004.1.1 084.3 
Report ID: 90330 

Group# WSCF90330 

I 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330025 

SAF# W09-004 

Sample ID B20487 

Test Performed CAS# 

I TOC 
TOC 

Total Organic Carbon TOC 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err= Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:19 

Method RQ Result 

LA-344-406 B 0.497 

B -Analyte < the RDL but>= the IDUMDL. 

C -Analyte was found in the Associated Blank. (Inorganic) 

D - Analyte was reported at a secondary diltution factor. 

N - MS and/or MSD sample recovery outside control limits. 

U - Analyzed for but not detected above limiting criteria. 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 

Sampled 

Received 

OF 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

N - Spike Recovery is Outside Control Limits . 

X,Y or Z - See comment detail and/or narrative. 

PQL 

1.0 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 

Reportl D: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department . Wet Chemistry 

Sample # 90330026 

SAF# W09-004 

Sample ID B20488 

Test Performed CAS# 

ITOC 
TOC 

Total Organic Carbon TOG 

MDL = Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:19 

Method RQ Result 

LA-344-406 B 0.476 

B - Analyte < the RDL but >= the IDUMDL. 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U - Analyzed for but not detected above limiting criteria. 
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TP Err Units 

mg/L 

Group# WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

PQL 

1.0 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group# WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 
SAF# 
Sample ID 

90330027 

W09-004 

820497 

Test Performed 

ITOC 
TOC 
Total Organic Carbon 

CAS# 

TOC 

MDL = Minimum Detection 
RO = Result Qualifier 
TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifi er 

June 05, 2009 20:06:19 

Method RQ Result 

LA-344-406 u <0.30 

B - Analyte < the RDL but >= the IDUMDL. 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U - Analyzed for but not detected above limiting criteria. 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 
Sampled 
Received 

DF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

PQL 

1.0 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330028 

SAF# W09-004 

Sample ID B20498 

Test Performed CAS# 

Total Organic Carbon TOC 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:20 

Method RQ Result 

LA-344-406 u <0.30 

B - Analyte < the RDL but>= the IDUMDL. 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U - Analyzed for but not detected above limiting criteria. 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 

Sampled 

Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

PQL 

1.0 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample # 90330029 

SAF# W09-004 

Sample ID B20499 

Test Performed CAS# 

ITOC 
TOC 

Total Organic Carbon TOC 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:20 

Method RQ Result 

LA-344-406 u <0.30 

B -Analyte < the RDL but>= the IDUMDL. 
C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U -Analyzed for but not detected above limiting criteria . 

Page 64 of 1 05 

Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 
Sampled 
Received 

DF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

PQL 

1.0 

Analyzed 

04/24/09 

04/24/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 

SAF# 
Sample ID 

90330030 

W09-004 

B204B0 

Test Performed 

ITOC 
TOC 
Total Organic Carbon 

CAS# 

TOC 

MDL= Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:20 

Method RQ Result 

LA-344-406 u <0.30 

B -Analyte < the RDL but>= the IDUMDL. 
C -Analyte was found in the Associated Blank. {Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U - Analyzed for but not detected above limiting criteria. 
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TP Err Units 

mg/L 

Group # WSCF90330 

Project Number S09-004 

Matrix 

Sampled 

Received 

DF 

1 

WATER 

04/10/09 

04/10/09 

MDL 

0.30 

PQL 

1.0 

N - Spike Recovery is Outside Control Limits . 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

04/28/09 

04/28/09 

3004.1.1084.3 
ReportlD : 90330 

Group# WSCF90330 



WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 
SAF# 
Sample ID 

90330031 

W09-004 

B20491 

Test Performed 

Alkalinity 

CAS# Method RQ Result 

Total Alkalinity as 
CaCO3 

ALKALINITY LA-531-411 99 

MDL = Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:20 

B - Analyte < the RDL but>= the IDUMDL. 
C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U -Analyzed for but not detected above limiting criteria . 
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Group# WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 
Sampled 
Received 

OF 

WATER 

04/10/09 

04/10/09 

MDL 

N - Spike Recovery is Outside Control Limits . 
X,Y or Z - See comment detail and/or narrative. 

PQL 

10 

Analyzed 

04/21/09 

3004.1 .1084.3 
Report ID: 90330 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Wet Chemistry 

Sample# 
SAF# 
Sample ID 

90330032 

W09-004 

B20492 

Test Performed 

Alkalinity 

CAS# Method RQ Result 

Total Alkalinity as 
CaCO3 

ALKALINITY LA-531-411 u <1 

MDL = Minimum Detection 
RQ = Result Qualifier 
TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

June 05, 2009 20:06:21 

B - Analyte < the RDL but >= the IDUMDL. 
C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
N - MS and/or MSD sample recovery outside control limits. 
U - Analyzed for but not detected above limiting criteria. 
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Group # WSCF90330 

Project Number S09-004 

TP Err Units 

mg/L 

Matrix 
Sampled 
Received 

DF 

WATER 

04/10/09 

04/10/09 

MDL 

N - Spike Recovery is Outside Control Limits . 
X,Y or Z - See comment detail and/or narrative. 

PQL 

10 

Analyzed 

04/13/09 

3004.1.1084.3 
ReportlD:90330 

Group # WSCF90330 



Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF90330 

Project Number S09-004 

QC Batch 23629 Test ICP-6010 -All possible metals 

Associated Samples 90330003, 90330004,90330005,90330006, 90330017, 90330018, 90330019, 90330020, 90330021, 90330022 

Original RPD 

Analyte CAS# Found QC Found Units % Recov Limits RPD Limit RQ Analyzed 

BLANK QC Sample #7029 

Iron 7439-89-6 <18 ug/L u 04/22/09 

Magnesium 7439-95-4 <16 ug/L u 04/22/09 

Manganese 7439-96-5 <4.0 ug/L u 04/22/09 

Nickel 7440-02-0 <4.0 ug/L u 04/22/09 

Potassium 7440-09-7 <55 ug/L u 04/22/09 

Silver 7440-22-4 <5.0 ug/L u 04/22/09 

Sodium 7440-23-5 <23 ug/L u 04/22/09 

Antimony 7440-36-0 <38 ug/L u 04/22/09 

Barium 7440-39-3 <4.0 ug/L u 04/22/09 

Cadmium 7440-43-9 <4.0 ug/L u 04/22/09 

Chromium 7440-47-3 <13 ug/L u 04/22/09 

Cobalt 7440-48-4 <4.0 ug/L u 04/22/09 

Copper 7440-50-8 <4.0 ug/L u 04/22/09 

Vanadium 7440-62-2 <12 ug/L u 04/22/09 

Zinc 7440-66-6 <6.0 ug/L u 04/22/09 

Calcium 7440-70-2 <39 ug/L u 04/22/09 

Strontium 7440-24-6 <4.0 ug/L u 04/22/09 

Beryllium 7440-41-7 <4.0 ug/L u 04/22/09 
LCS QC Sample #7030 

Iron 7439-89-6 1020 ug/L 101 .6 80 - 120 04/22/09 
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Quality Control Report 

Attention Michael Neely 
Group# WSCF90330 

Department Inorganic Project Number S09-004 

Original RPD 

Analyte CAS# Found QC Found Units % Recovlimits RPD Limit RQ Analyzed 

Magnesium 7439-95-4 1020 ug/L 102.3 80 - 120 04/22/09 

Manganese 7439-96-5 1010 ug/L 101.2 80 - 120 04/22/09 

Nickel 7440-02-0 1010 ug/L 101.2 80 - 120 04/22/09 

Potassium 7440-09-7 10200 ug/L 102.1 80 - 120 04/22/09 

Silver 7440-22-4 1010 ug/L 100.9 80 - 120 04/22/09 

Sodium 7440-23-5 1060 ug/L 106.3 80 - 120 04/22/09 

Antimony 7440-36-0 1020 ug/L 101 .5 80 - 120 04/22/09 

Barium 7440-39-3 507 ug/L 101.4 80 - 120 04/22/09 

Cadmium 7440-43-9 1090 ug/L 109.3 80 - 120 04/22/09 

Chromium 7440-47-3 937 ug/L 93.7 80 - 120 04/22/09 

Cobalt 7440-48-4 973 ug/L 97.3 80 - 120 04/22/09 

Copper 7440-50-8 1020 ug/L 101.6 80 - 120 04/22/09 

Vanadium 7440-62-2 997 ug/L 99.7 80 - 120 04/22/09 

Zinc 7440-66-6 989 ug/L 98.9 80 - 120 04/22/09 

Calcium 7440-70-2 1030 ug/L 103.2 80 - 120 04/22/09 

Strontium 7440-24-6 517 ug/L 103.3 80 - 120 04/22/09 

Beryllium 7440-41-7 537 ug/L 107.5 80 - 120 04/22/09 
MS QC Sample #7031 

Original 90326036 

Iron 7439-89-6 1000 ug/L 100.2 75 - 125 04/22/09 

Magnesium 7439-95-4 1420 ug/L 142 75 - 125 04/22/09 

Manganese 7439-96-5 1010 ug/L 100.6 75 - 125 04/22/09 

Nickel 7440-02-0 971 ug/L 97.1 75 - 125 04/22/09 

Potassium 7440-09-7 9750 ug/L 97.5 75 - 125 04/22/09 

Silver 7440-22-4 970 ug/L 97 75 - 125 04/22/09 

Sodium 7440-23-5 1250 ug/L 125 75 - 125 04/22/09 

Antimony 7440-36-0 1000 ug/L 100.4 75 - 125 04/22/09 

Barium 7440-39-3 508 ug/L 101.5 75 - 125 04/22/09 
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Quality Control Report 

Attention Michael Neely 
Group# WSCF90330 

Department Inorganic Project Number S09-004 

Original RPD 

Analyte CAS# Found QC Found Units % Recovlimits RPD Limit RQ Analyzed 

Cadmium 7440-43-9 1050 ug/L 105 75 - 125 04/22/09 

Chromium 7440-47-3 949 ug/L 94.9 75 - 125 04/22/09 

Cobalt 7440-48-4 953 ug/L 95.3 75 - 125 04/22/09 

Copper 7440-50-8 981 ug/L 98.1 75 - 125 04/22/09 

Vanadium 7440-62-2 971 ug/L 97.1 75 - 125 04/22/09 

Zinc 7440-66-6 976 ug/L 97.6 75 - 125 04/22/09 

Calcium 7440-70-2 2710 ug/L 271 75 - 125 04/22/09 

Strontium 7440-24-6 526 ug/L 105.2 75 - 125 04/22/09 

Beryllium 7440-41-7 523 ug/L 104.7 75 - 125 04/22/09 
MSD QC Sample #7032 

Original 90326036 Paired 7031 

Iron 7439-89-6 1010 ug/L 100.7 75 - 125 0.50 20 04/22/09 
Magnesium 7439-95-4 1240 ug/L 124 75 - 125 13.50 20 04/22/09 

Manganese 7439-96-5 1020 ug/L 101 .5 75 - 125 0.90 20 04/22/09 

Nickel 7440-02-0 978 ug/L 97.8 75 - 125 0.70 20 04/22/09 
Potassium 7440-09-7 9760 ug/L 97.6 75 - 125 0.10 20 04/22/09 
Silver 7440-22-4 976 ug/L 97.6 75 - 125 0.60 20 04/22/09 
Sodium 7440-23-5 1300 ug/L 130 75 - 125 3.90 20 04/22/09 
Antimony 7440-36-0 1020 ug/L 101 .5 75 - 125 1.10 20 04/22/09 
Barium 7440-39-3 517 ug/L 103.3 75 - 125 1.80 20 04/22/09 
Cadmium 7440-43-9 1060 ug/L 106.2 75 - 125 1.10 20 04/22/09 
Chromium 7440-47-3 956 ug/L 95.6 75 - 125 0.70 20 04/22/09 
Cobalt 7440-48-4 962 ug/L 96.2 75 - 125 0.90 20 04/22/09 

Copper 7440-50-8 989 ug/L 98.9 75 - 125 0.80 20 04/22/09 
Vanadium 7440-62-2 982 ug/L 98.2 75 - 125 1.10 20 04/22/09 

Zinc 7440-66-6 985 ug/L 98.5 75 - 125 0.90 20 04/22/09 

Calcium 7440-70-2 1960 ug/L 196 75 - 125 32.10 20 * 04/22/09 

Strontium 7440-24-6 529 ug/L 105.8 75 - 125 0.60 20 04/22/09 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found QC Found Units 

Beryll ium 7440-41-7 529 ug/L 

June 05, 2009 20:06:39 

% Recovlimits RPD 

105.9 75 - 125 1.10 

Page 71 of 105 

Group# WSCF90330 
Project Number S09-004 

RPD 
Limit 

20 

RQ Analyzed 

04/22/09 

3004.1.1084.3 
ReportlD : 90330 

Group # WSCF90330 
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Quality Control Report 

Attention Michael Neely 
Department Wet Chemistry 

QC Batch 23642 

Associated Samples 90330032 

Analyte CAS# 

DUP 

Total Alkalinity as ALKALINITY 
LCS 

Total Alkalinity as ALKALINITY 
LCS 

Total Alkalinity as ALKALINITY 

June 05, 2009 20:06:39 

Original 
Found 

Test 

QC Found Units % Recov Limits 

QC Sample #7050 
Original 90291023 

96 mg/L 
QC Sample #7051 

82 mg/L 100.3 80 - 120 
QC Sample #7052 

83 mg/L 100.9 80 - 120 
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Group# WSCF90330 

Project Number S09-004 

Total Alkalinity as mg/L CaCO3 (Water) 

RPD 
RPD Limit RQ 

4.10 20 

Analyzed 

04/13/09 

04/13/09 

04/13/09 

3004.1.1084.3 
Report ID: 90330 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF90330 

Project Number S09-004 

QC Batch 23720 Test Anions by Ion Chromatography (Water) 

Associated Samples 90330002, 90330021 , 90330022, 90330034 

Original RPD 

Analyte CAS# Found QC Found Units % Recov Limits RPD Limit RQ Analyzed 

BLANK QC Sample #7088 

Fluoride 16984-48-8 <0.023 ug/ml u 04/10/09 

Chloride 16887-00-6 <0.047 ug/ml u 04/10/09 

Nitrite-N NO2-N <0.013 ug/ml u 04/10/09 
Nitrate-N NO3-N <0.012 ug/ml u 04/10/09 

Sulfate 14808-79-8 <0.13 ug/ml u 04/10/09 
LCS QC Sample #7090 

Fluoride 16984-48-8 1.01 ug/ml 101 .1 90 - 110 04/10/09 
Chloride 16887-00-6 1.93 ug/ml 99 90 - 110 04/10/09 
Nitrite-N NO2-N 0.916 ug/ml 93.6 90 - 110 04/10/09 
Nitrate-N NO3-N 0.886 ug/ml 100.5 90 - 110 04/10/09 
Sulfate 14808-79-8 3.87 ug/ml 98.7 90 - 110 04/10/09 
DUP QC Sample #7091 

Original 90328001 

Fluoride 16984-48-8 <0.046 ug/ml 0.00 20 UD 04/10/09 
Chloride 16887-00-6 <0.094 ug/ml 200.00 20 * U1DX 04/10/09 
Nitrite-N NO2-N <0.026 ug/ml 0.00 20 UD 04/10/09 
Nitrate-N NO3-N <0.024 ug/ml 0.00 20 UD 04/10/09 

Sulfate 14808-79-8 <0.26 ug/ml 0.00 20 UD 04/10/09 
MS QC Sample #7092 

Original 90328001 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Original 
Analyte CAS# Found QC Found Units % Recovlimits 

Fluoride 16984-48-8 0.865 ug/ml 84.8 80 - 120 

Chloride 16887-00-6 1.96 ug/ml 98.3 80 - 120 

Nitrite-N N02-N 0.948 ug/ml 94.9 80 - 120 

Nitrate-N N03-N 0.913 ug/ml 101 .6 80 - 120 

Sulfate 14808-79-8 3.87 ug/ml 96.7 80 - 120 
MSD QC Sample #7093 

Original 90328001 

Fluoride 16984-48-8 0.912 ug/ml 89.4 80 - 120 

Chloride 16887-00-6 1.98 ug/ml 99.3 80 - 120 

Nitrite-N NO2-N 0.961 ug/ml 96.2 80 - 120 

Nitrate-N NO3-N 0.904 ug/ml 100.6 80 - 120 

Sulfate 14808-79-8 3.91 ug/ml 97.7 80 - 120 

June 05, 2009 20:06:39 Page 74 of 105 

Group# WSCF90330 

Project Number S09-004 

RPO 
RPO Limit RQ 

D 

D 

D 

D 

D 

Paired 7092 

5.30 20 D 
1.00 20 D 
1.40 20 D 
1.00 20 D 
1.00 20 D 

Analyzed 

04/10/09 

04/10/09 

04/10/09 

04/10/09 
04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 

04/10/09 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Group# WSCF90330 

Project Number S09-004 

QC Batch 23721 Test Anions by Ion Chromatography (Water) 

Associated Samples 90330004 

Original RPO 
Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

BLANK QC Sample #7095 

Fluoride 16984-48-8 <0.023 ug/ml u 04/10/09 
Chloride 16887-00-6 <0.047 ug/ml u 04/10/09 
Nitrite-N NO2-N <0.013 ug/ml u 04/10/09 
Nitrate-N N03-N <0.012 ug/ml u 04/10/09 
Sulfate 14808-79-8 <0.13 ug/ml u 04/10/09 
LCS QC Sample #7097 

Fluoride 16984-48-8 0.932 ug/ml 93.2 90 - 110 04/10/09 
Chloride 16887-00-6 1.90 ug/ml 97.6 90 - 110 04/10/09 
Nitrite-N NO2-N 0.919 ug/ml 93.8 90 - 110 04/10/09 
Nitrate-N NO3-N 0.883 ug/ml 100.2 90 - 110 04/10/09 
Sulfate 14808-79-8 3.84 ug/ml 97.8 90 - 110 04/10/09 
DUP QC Sample #7098 

Original 90330004 

Fluoride 16984-48-8 0.147 0.165 ug/ml 11 .50 20 BO 04/11 /09 
Chloride 16887-00-6 3.37 3.34 ug/ml 0.90 20 D 04/11 /09 
Nitrite-N NO2-N <0.026 <0.026 ug/ml 0.00 20 UD 04/11/09 
Nitrate-N NO3-N 0.423 0.415 ug/ml 1.90 20 D 04/11/09 
Sulfate 14808-79-8 25.7 25.5 ug/ml 0.80 20 D 04/11/09 
MS QC Sample #7099 

Original 90330004 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found 

Fluoride 16984-48-8 0.147 

Chloride 16887-00-6 3.37 

Nitrite-N N02-N <0.026 

Nitrate-N N03-N 0.423 

Sulfate 14808-79-8 25.7 
MSD 

Fluoride 16984-48-8 0.147 

Chloride 16887-00-6 3.37 

Nitrite-N NO2-N <0.026 

Nitrate-N NO3-N 0.423 

Sulfate 14808-79-8 25.7 

June 05, 2009 20:06:40 

QC Found Units % Recovlimits 

0.891 ug/ml 87.3 80 - 120 

1.83 ug/ml 92 80 - 120 

0.971 ug/ml 97.2 80 - 120 

0.904 ug/ml 100.6 80 - 120 

3.76 ug/ml 94.1 80 - 120 
QC Sample #7100 
Original 90330004 

0.897 ug/ml 87.9 80 - 120 

1.82 ug/ml 91 .2 80 - 120 

1.00 ug/ml 100.1 80 - 120 

0.906 ug/ml 100.8 80 - 120 

3.54 ug/ml 88.4 80 - 120 
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RPD 
RPD Limit RQ 

D 

D 

D 

D 

D 

Paired 7099 

0.70 20 D 
0.90 20 D 
2.90 20 D 

0.20 20 D 
6.20 20 D 

Analyzed 

04/11/09 

04/11/09 

04/11/09 

04/11 /09 

04/11/09 

04/11/09 

04/11/09 

04/11/09 

04/11/09 

04/11/09 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

QC Batch 24095 Test 
Associated Samples 90330001 , 90330002, 90330033, 90330034 

Analyte CAS# 
Original 
Found QC Found Units % Recov Limits 

BLANK QC Sample #7597 

Uranium 7440-61-1 <0.050 ug/L 

Arsenic 7440-38-2 <0.40 ug/L 
LCS QC Sample #7598 

Uranium 7440-61 -1 40.7 ug/L 101.8 85 - 115 

Arsenic 7440-38-2 38.2 ug/L 95.6 85 - 115 
MS QC Sample #7599 

Original 90298003 

Uranium 7440-61-1 42.2 ug/L 105.6 70 - 130 

Arsenic 7440-38-2 38.8 ug/L 97 70 - 130 
MSD QC Sample #7600 

Original 90298003 

Uranium 7440-61-1 43.6 ug/L 108.9 70 - 130 

Arsenic 7440-38-2 38.9 ug/L 97.2 70 - 130 
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Group# WSCF90330 

Project Number S09-004 

ICP-2008 MS All possible metal 

RPD 
RPD Limit RQ 

u 
u 

Paired 7599 

3.10 20 
0.20 20 

Analyzed 

04/23/09 
04/23/09 . 

04/23/09 

04/23/09 

04/23/09 

04/23/09 

04/23/09 

04/23/09 
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Quality Control Report 

Attention Michael Neely 
Department Wet Chemistry 

QC Batch 24138 Test 
Associated Samples 90330015, 90330016, 90330031 

Analyte CAS# 
Original 
Found QC Found Units % Recov Limits 

LCS QC Sample #7710 

Total Alkalinity as ALKALINITY 85 mg/L 104.2 80 - 120 
DUP QC Sample #7711 

Original 90330016 

Total Alkalinity as ALKALINITY 100 100 mg/L 
LCS QC Sample #7712 

Total Alkal inity as ALKALINITY 84 mg/L 102 80 - 120 
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Group# WSCF90330 

Project Number S09-004 

Total Alkalinity as mg/L CaCO3 (Water) 

RPO 
RPO Limit RQ 

0.00 20 

Analyzed 

04/21/09 

04/21/09 

04/21/09 
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Quality Control Report 

Attention Michael Neely 
Department Wet Chemistry 

Group# WSCF90330 

Project Number S09-004 

QC Batch 24 7 43 Test Total Organic Carbon 

Associated Samples 90330007, 90330008, 90330009, 90330010, 90330011 , 90330012, 90330013, 90330014, 90330023, 90330024, 90330025, 
90330026, 90330027, 90330028, 90330029 

Analyte CAS# 
Original 
Found QC Found Units % Recov Limits 

BLANK QC Sample #7764 

Total Organic Carbon TOG <0.045 mg/L 
LCS QC Sample #7765 

Total Organic Carbon TOG 2.04 mg/L 102 80 - 120 
MS · QC Sample #7766 

Original 90326025 

Total Organic Carbon TOG 2.11 mg/L 105.6 75 - 125 
MSO QC Sample #7767 

Original 90326025 

Total Organic Carbon TOG 2.09 mg/L 104.5 75 - 125 
MS QC Sample #7769 

Original 90330012 

Total Organic Carbon TOG 0.473 2.10 mg/L 105 75 - 125 
MSO QC Sample #7770 

Original 90330012 

Total Organic Carbon TOG 0.473 2.11 mg/L 105.3 75 - 125 
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RPO 
RPO Limit 

Paired 

1.00 20 

Paired 

0.30 20 

RQ 

u 

7766 

7769 

Analyzed 

04/24/09 

04/24/09 

04/24/09 

04/24/09 

04/24/09 

04/24/09 
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Quality Control Report 

Attention Michael Neely 
Department Wet Chemistry 

QC Batch 25564 

Associated Samples 90330030 

Analyte CAS# 

BLANK 

Total Organic Carbon TOC 
LCS 

Total Organic Carbon TOC 
MS 

Total Organic Carbon TOC 
MSD 

Total Organic Carbon TOC 

June 05, 2009 20:06:40 

Original 
Found 

<0.30 

<0.30 

Test 

QC Found Units % Recov Limits 

QC Sample #8016 

<0.045 mg/L 
QC Sample #8017 

2.03 mg/L 101 .6 80 - 120 
QC Sample #8018 
Original 90330030 

2.03 mg/L 101.4 75 - 125 
QC Sample #8019 
Original 90330030 

2.03 mg/L 101.4 75 - 125 

Page 80 of 1 05 

Group# WSCF90330 

Project Number S09-004 

Total Organic Carbon 

RPD 
RPD Limit RQ 

u 

Paired 8018 

0.00 20 

Analyzed 

04/28/09 

04/28/09 

04/28/09 

04/28/09 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 23623 Test 
Associated Samples 90330002, 90330015, 90330016, 90330031 

Analyte CAS# 
Original 
Found QC Found Units % Recov Limits 

BLANK QC Sample #7014 

Tritium 10028-17-8 -61 pCi/L 
LCS QC Sample #7015 

Tritium 10028-17-8 2800 pCi/L 84.3 80 - 120 
DUP QC Sample #7016 

Original 90325007 

Tritium 10028-17-8 730 pCi/L 
MS QC Sample #7017 

Original 90325007 

Tritium 10028-17-8 21000 pCi/L 87.3 75 - 125 

June 05, 2009 20:06:40 Page 81 of 105 

Group# WSCF90330 
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Tritium by LSC 

RPD 
RPD Limit RQ 

u 

5.60 -20 - 20 

Analyzed 

04/13/09 

04/13/09 

04/13/09 

04/13/09 

3004.1.1084.3 
Report ID: 90330 

Group# WSCF90330 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 23726 

Associated Samples 90330002, 90330034 

Analyte CAS# 
Original 
Found 

BLANK 

Strontium-89/90 SR-RAD 
LCS 

Strontium-89/90 SR-RAD 
DUP 

Strontium-89/90 SR-RAD 

June 05, 2009 20:06:40 

Test 

QC Found Units % Recov Limits 

QC Sample #7116 

-1.2 pCi/L 
QC Sample #7117 

300 pCi/L 106.3 80 - 120 
QC Sample #7118 
Original 90326011 

-1 .5E4 pCi/L 

Page 82 of 1 05 
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Strontium 89/90 (GPC/GEA) 

RPD 
RPD Limit RQ 

u 

-152.90 -20 - 20 * u 

Analyzed 

04/29/09 

04/29/09 

04/29/09 

3004.1.1084.3 

Report ID: 90330 

Group# WSCF90330 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 23824 

Associated Samples 90330032, 90330034 

Original 
Analyte CAS# Found 

BLANK 

Tritium 10028-17-8 
LCS 

Tritium 10028-17-8 
DUP 

Tritium 10028-17-8 -51 
MS 

Tritium 10028-17-8 -51 

June 05, 2009 20:06:40 

Test 

QC Found Units % Recov Limits 

QC Sample #7159 

-15 pCi/L 
QC Sample #7160 

3300 pCi/L 100.1 80 - 120 
QC Sample #7161 
Original 90330032 

230 pCi/L 
QC Sample #7162 
Original 90330032 

23000 pCi/L 96.3 75 - 125 

Page 83 of 105 
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Tritium by LSC 

RPD 
RPD Limit RQ 

u 

314.00 -20 - 20 * 1X 

Analyzed 

04/15/09 

04/15/09 

04/15/09 

04/15/09 

3004.1 .1084.3 
Report ID: 90330 

Group # WSCF90330 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 23951 

Associated Samples 90330002, 90330034 

Analyte CAS# 
Original 
Found 

BLANK 

Technetium-99 14133-76-7 
LCS 

Technetium-99 14133-76-7 
DUP 

Technetium-99 14133-76-7 
MS 

Technetium-99 14133-76-7 

June 05, 2009 20:06:40 

Test 

QC Found Units % Recov Limits 

QC Sample #7302 

-13 pCi/L 
QC Sample #7303 

250 pCi/L 97.3 80 - 120 
QC Sample #7304 
Original 90328001 

-14 pCi/L 
QC Sample #7305 
Original 90328001 

1100 pCi/L 105.7 75 - 125 

Page 84 of 105 

Group# WSCF90330 
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TC99 by Liquid Scintillation 

RPD 
RPD Limit RQ 

u 

-15.40 -20 - 20 u 

Analyzed 

04/20/09 

04/20/09 

04/20/09 

04/20/09 

3004.1 .1084.3 
Report ID: 90330 

Group# WSCF90330 



Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 32331 

Associated Samples 90330002, 90330034 

Analyte CAS# 
Original 
Found 

BLANK 

Gross Alpha 12587-46-1 

Gross Beta 12587-47-2 
LCS 

Gross Alpha 12587-46-1 

Gross Beta 12587-47-2 
DUP 

Gross Alpha 12587-46-1 

Gross Beta 12587-47-2 

June 05, 2009 20:06:41 

Test 

QC Found Units % Recov Limits 

QC Sample #8665 

-0.13 pCi/L 

-0.48 pCi/L 
QC Sample #8666 

33 pCi/L 100.8 80 - 120 

120 pCi/L 110 80 - 120 
QC Sample #8667 
Original 90320007 

4.5 pCi/L 

7.2 pCi/L 
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Project Number S09-004 

Gross Alpha/Gross Beta 

RPO 
RPO Limit RQ 

u 
u 

33.80 -20 - 20 * 1X 
50.00 -20 - 20 * 2X 

Analyzed 

05/21/09 

05/21 /09 

05/21/09 

05/21/09 

05/21/09 

05/21/09 

3004.1.1084.3 
ReportlD : 90330 
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Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 23726 

Associated Samples 90330002, 90330034 

Analyte CAS# 
Original 
Found 

BLANK 

Strontium-85 13967-73-2 
LCS 

Strontium-85 13967-73-2 
DUP 

Strontium-85 13967-73-2 
SAMPLE 

Strontium-85 13967-73-2 
SAMPLE 

Strontium-85 13967-73-2 

June 05, 2009 20:06:41 

Test 

QC Found Units % Recov Limits 

QC Sample #7116 

92.1 25 - 105 
QC Sample #7117 

96.5 25 - 105 
QC Sample #7118 
Original 90326011 

98.8 25 - 105 
Sample #90330002 

90.5 25 - 105 
Sample #90330034 

94 25 - 105 
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Strontium 89/90 (GPC/GEA) 

RPD 
RPD Limit RQ 

13.30 

Analyzed 

04/29/09 

04/29/09 

04/29/09 

04/29/09 

04/29/09 

3004.1.1084.3 

Report ID: 90330 

Group # WSCF90330 



Analytical Comment Report 

Attention Michael Neely 

190330003 B20502 
ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: sodium and calcium . 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid: ma nesium, sodium, and calcium. 
90330004 B20503 
ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: sodium and calcium. 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid : ma nesium, sodium , and calcium. 
90330005 B204Y8 
ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: sodium and calcium . 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid: ma nesium, sodium, and calcium. 
90330006 B204Y9 
ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: sodium and calcium. 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid: magnesium, sodium, and calcium. 
190330017 B20593 

June 05, 2009 20:06:41 

Group# WSCF90330 

Project Number S09-004 
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Analytical Comment Report 

Attention Michael Neely 

ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: magnesium, sodium , and calcium. 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid : ma nesium, sodium, and calcium. 
90330018 820573 
ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: magnesium, sodium , and calcium. 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid : ma nesium, sodium, and calcium . 
90330019 8204YO 
ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: magnesium, sodium , and calcium. 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid: ma nesium, sodium , and calcium . 
90330020 8204Y1 
ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: magnesium, sodium , and calcium. 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid : magnesium, sodium , and calcium. 
190330021 820594 

June 05, 2009 20:06:41 

Group# WSCF90330 

Project Number S09-004 
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Analytical Comment Report 

Attention Michael Neely 

ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: magnesium, sodium, and calcium. 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid: ma nesium, sodium, and calcium . 
90330022 B20574 
ICP-AES: High/Check standard used to ensure linearity 

due to sample results exceeding the calibration standard 

for the following elements: magnesium, sodium, and calcium. 
ICP-AES: The following elements sample concentraton 

exceed spiking level by a factor of 4. Spike recoveries 

are not valid : ma nesium, sodium, and calcium . 
Quality Control Comments 
Department Inorganic 

7091 B1YM72(90328001 DUP) 

Analyte Chloride - Anions by Ion Chromatography (Water) 

Group# WSCF90330 

Project Number S09-004 

[1] Duplicate is flagged for RPO out-of-limits. RPO does not apply to samples concentrations below the calibration range. 
RPO is calculated on measured values and not applicable for a result below the RDL. 

June 05, 2009 20:06:41 Page 89 of 105 3004.1.1084.3 
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Analytical Comment Report 

Attention Michael Neely Group# WSCF90330 

Project Number S09-004 

I Quality Control Comments 
Department Radiochemistry 

7161 B20492(90330032DUP) 

Analyte Tritium - Tritium by LSC 
[1] Duplicate RPO out-of-limits. RPO limit does not apply to results near the Minimum Detectable Concentration. 

Department Radiochemistry 

8667 B1XNM5(90320007DUP) 

Analyte Gross Alpha - Gross Alpha/Gross Beta 
[1] Duplicate RPO out-of-limits. RPO limit does not apply to results near the Minimum Detectable Concentration. 

8667 B 1 XNM5(90320007DUP) 

Analyte Gross Beta - Gross Alpha/Gross Beta 
[1] Duplicate RPO out-of-limits. RPO limit does not apply to results near the Minimum Detectable Concentration. 
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Sample Receipt 

June 05, 2009 20:06:42 

ATTACHMENT4 

SAMPLE RECEIPT 

Consisting of 15 pages 
Including cover page 
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Sample Receipt 

Waste Sampling and Characterization Facility 
P.O. Box 1970 S3-30, Richland WA 99352 

Phone;· (509) 373-7004/FAX: (509) 373-7134 

ACKNOWLEDGEMENT OF SAMPLES RECEIVED 

WSCF Laboratory 
PO Box 1000 53-30 
Richland , WA 99352 

ATTN : Michael Neely 

Customer Code: 

PO#: 

Work Order#: 

Profile#: 

Proj. Mgr.: 

Phone: 

CHPRC 

131280 

90330 

S09-004-130 

The following samples were received from you on 4/10/2009 1 :35:00 PM. They have been scheduled for the 
tests listed beside each sample. If this information is incorrect, please contact your service representative . 
Thank you for using Waste Sampling and Characterization Facility. 

Sample# Sample ID 

90330001 8203T1 

90330002 B203T2 

90330003 820502 

90330004 820503 

90330005 8204Y8 

90330006 8204Y9 

90330007 820471 

90330008 B20472 

90330009 B20473 

90330010 820474 

90330011 B204F7 

Saturday. Apnl 11. 2009 1:19:21 AM 

June 05, 2009 20:06:50 

Matrix Collected R.eceived 

Tests scheduled 

WATER 4/10/2009 10:23 4/1 0/2009 13:: 
2008-W 

WATER 4/10/2009 10:23 4/10/2009 13;'. 
2008-W; GAB-AO-W; GAB-BO-W; H3-COL-W; IC-W; SR89/90-W ; TC99-W 

WATER 
6010-W 

WATER 
6010-W; IC -W 

WATER 
6010-W 

WATER 
6010-W 

WATER 
TOC-W 

WATER 
TOC-W 

WATER 
TOC-W 

WATER 
TOC-W 

WATER 

Page 1 l)f 14 

Page 92 of 105 

4/10/2009 11 :34 

4/10/2009 11 :34 

4/10/2009 10 :23 

4 /10/2009 10:23 

4/10/2009 12:54 

4/10/2009 12:54 

4 /1 0/2009 12:54 

4/10/2009 12:54 

4/10/2009 09:04 

4/10/2009 13:: 

4/10/2009 13;: 

4/1 0/2009 13:: 

4/1 0/2009 13:: 

4/10/2009 13:: 

4/10/2009 13:: 

4/10/2009 13:: 

4/10/2009 13:: 

4/10/2009 13; : 

3004.1.1084.3 
Report ID: 90330 

Group # WSCF90330 



Sample Receipt 

9033 001 2 

90330013 

9033 0014 

90330015 

90330016 

9033 0017 

90330018 

90330019 

90330020 

90330021 

90330022 

90330023 

90330024 

90330025 

90330026 

90330027 

90330028 

90330029 

Waste Sampling and Characterization Facility 
P.O. Box 1970 S3-30, Richland WA 99352 

Phone: (509) 373-7004/FAX: (509) 373-7134 

TOC..W 

8204F8 WATER 4 /1 0 /2009 09:04 
TO C-W 

B204F 9 WATER 4/10/2009 09:04 
TOC-W 

8204HO WATER 4 /10/2009 09:04 
TOC ·W 

B20476 WATER 4 /10/2009 12 :54 
ALK·W: H 3·COL·W 

B204H2 WATER 4/10/2009 09:04 

A LK-W; H 3-C O L -W 

820593 WATER 4/10 /2009 10:32 
8010-W 

620573 WATER 4 / 10/2009 11 :25 
8010-W 

8204YO WATER 4/10 /2009 08:40 
6010-W 

B2 04Y1 WATER 4 /1 0 /2009 08:40 
6010-W 

620594 WATER 4 /1 0 /2009 10 :32 
6010-W ; IC -W 

B20574 WATER 4/10/2009 11 :25 
6 0 10-W ; IC •W 

B20485 WATER 4/10/2009 13: 12 
TOC•W 

B20486 WATER 4 /10/2009 13 : 12 
TOC- W 

820487 WATER 4 /10/2009 13 :12 
TOC-W 

820488 WATER 4/10/2009 13:12 
TOC-W 

820497 WATER 4 /1 0 /2009 07:45 
TOC..W 

820498 WATER 4/10/2009 07:45 

TOC-W 

820499 WATER 4 /1 0 /2009 07:45 

Saturday. April 11 , 2009 1:19:23AM Page 2 of 14 

June 05, 2009 20:06:50 Page 93 of 105 

4 /1 0/2009 13;: 

4 /10/2009 13 :: 

4 /1 0 /2009 13:: 

4 /10/2009 13:: 

4 /10/2009 13:: 

4 /1 0/2009 13 : ! 

4 /1 0/2009 13; ! 

4 /10/2009 13 :! 

4 /1 0/2009 13 :! 

4 /10/2009 13:! 

4 /10/2009 13:! 

4 /1 0 /2009 13~ ! 

4/1 0/2009 13: ! 

4/10/2009 13:! 

4 /1 0 /2009 13 :! 

4 /1 0 /2009 13:! 

4 /1 0/2009 13 :! 

4 / 1 0/2009 13.:! 
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Sample Receipt 

90330030 

90330031 

90330032 

90330033 

90330034 

Waste Sampling and Characterization Facility 
P.O. Box 1970 S3-30, Richland WA 99352 

Phone: (509) 373-7004/FAX: (509) 373-7134 

TO C -W 

820480 WATER 4/ 10/2009 07:45 

TOC-W 

B20491 WATER 4/10/2009 13: 12 

ALK-W : H 3-COL -W 

820492 WATER 4/10/2009 07:45 

ALl<-W ; H 3-COL-W 

B203P7 WATER 4/10/2009 08:40 
2008-W 

B203P8 WATER 4/10/2009 08:40 

4/10/2009 13:! 

4 /10/2009 13:! 

4 /10/2009 13:! 

4/10/2009 13:! 

4/10/2009 13:! 

2 008-W; GAB-AO-W; GAB-6O-W; H3-COL-W ; IC-W; SR89/90-W; TC99-W 

Test Acronym Description 
Test Acronym 

2008-W 

6010-W 

ALK-W 

GAB-AO-W 

GAB-B0-W 

H3-COL-W 

IC-W 

SR89/90-W 

TC99-W 

TOC-W 

Saturday. Apnl 11. 2009 1:19 24 AM 

June 05, 2009 20:06:50 

Description 

ICP-MS (W) 

ICP-AES (W) 

Total Alkalinity (W) 

Gross Alpha/Beta (A only)(W) 

Gross Alpha/Beta (B only)(W) 

Tritium PY EICHROM Column (W) 

Anions by IC (W) 

Strontium 89/90 (GPC) (W) 

Technetium-99 (W) 

Tbtal Organic Carbon (W) 

P.age 3 of 14 

Page 94 of 105 3004.1 .1084.3 
ReportlD:90330 

Group # WSCF90330 



G) 

0 
C ;:o 'O 

c.... 
C 
:, 
Cl) 

0 
5.11 
I\.) 
0 
0 
CD 
I\.) 
0 
0 
0, 

<.i, 
0 

-u 
Ql 

co 
Cl) 

CD c.n 
8. 
~ 

0 
c.n 

~{g {;) 

~00 

Cf) = ~ 
0 0:... 
"Tl .. • 
CD CD ~ 
00° {;) {;) co 
{;) {;) ~ 
0 0 {;) 

ti 
f ' 
t: ~ 
! ~ 

C.O.C.# 

CHPRC CHACN OF CUSTODY /SAMPLE ANALYSIS REQUEST S09·004·130 

9(1?30 1•~ l ()f l 

rt111etor Coalitilll.1o~t1kr T tltohonc Nu. ~fSII\' FAX 
llt'ftftl n-,11r..1.:. -U0.17~.)l!,ll 

SAFNa. Ssm pll1r Ortell Pirrhm Ordtr/C:hrl!t Code 
t rlllM.1 u..-tA.it~. 

Ptni,dTidt lr,(hr,.tNn.Gtv.S-o z Ttron. 
<tlllll .\DOIi 1MO 

.,. ·• 1'• rl • hl MffllorhlSliiPnt H ll. •c I.I WK.~..JA Bil o! ladio2/Air llill l'io. 
1u1 

..... t' "" --',"" i -r ' ., 1:.,.,1 ,u,.,. .,. .. ,. '• - --
l'rotool Priority: 45 Oays OIT!lk Pro11trhl No. 

~IIDV 

POSSIBLESA\IPLE lli\ZARD&'RDIARK.~ SPECIAL INSTIU!CTI.O~ Uold Timr Total Activitv fa:mi,tiun: Yes Iii No I__ 
' ' '' fo'l.ln.< ll...kna:w. M.i:tnil lf m:mt1,;11•r.1 t'I.! , ,. 0/11 ttfl.blld h l""'lf"l""'"" J'Cf ~ ("fl h ~ 11t ,rl S~c-Wi.4C,m,.,. tm~~~"'fum~ 
<l:•.lilblq<; rxir ()1~5Af41 it19!J0/19'11) 

Sample No Loo ID • Diltc 'fime-
: 

N<il\pc Container ~ilfl!pk AUl}'Sli l!ol.tft~Tirn: PrtS:MIIVC 

B203TI (F) 001 w w,c Q9 /t)).3 1x500-nt GJP 2C0.8JAETALS_ICPMS:Arsenic(1) 6 Uonthl HN03 to pH~ 

8203T2 00~ w 11500-ml p · 300.0_ANIONS_INisl-1 (SJ 28 Oays,,48 Hours CocNC 

B203T2 w 1 t!iOO-Oi. GIP ALPHABET A_ GPC: A~~ d:saete • Befa (21, 6 Mc>Nhs HN03 to pH<2 
ALPHABETA__CPC: Alpha d:scrole • 84!3 ;21 

B203T2 w 1X 1 C(X)-ml GIP TC99_31JDSIIJSC: TC•S9(1) fM,,nlfls HCltopH <2 

B203T2 w 1x25Q.ml G TRITIU(EIE_LSC· Tri™m (1) 6Monlh.s N(llle 

8203T2 w 111-L GIP Stron11um-89,~ - Total Sr 6Monl/la HN03to pH <l 

8203T2 \1 ... w 'I ~- 110roml.G/P 200.BJIETALS _ICPMS: Ai,enic {1) 6M011ths HN03 to pH <2 

'-
"' ........... .J 

""r--,.. 7~ ./ ... -- - -
~ ,~ j 1 I 

' I J 
, 

..... r-,..._ - - -
~ 

....... 

Rdinquij~d ~~ fli~lli:; T'~Frazi~Z. _ ~ 1Srili 
ilattlfimt ~l~trix 1 

KJ ~ ' )JJ( 
APR 1 n 2009m) 

. ' (/.'7 1 ' (.:>-- 't r. &i,l ()~ .. lln,~ s.,lil 
Rdinqu.sled Bi .ettt1'a! II) s~. ·- Stdln!e1 !ll - flnr,,l,,•:i ])~1/fun, so • 'I/lid T II 1'\)\lllf 

SI • <;J,,-k \lit ... W,,)I;: 
w • w • ., l , I W'llf I 

Rdill(jU:• d By lne/f)lllll 1td 8 0:iu/l(ffl(' 0 C)l V ' Vttc1,11n11 

A ,_ Ai f( - O:b,, 

R\'ltnin.li&ld 8• ll.ni 111e ~~1\'edlll' llill-1~ 

en 
0,) 

3 
-0 
c5" 
::0 
CD 
(") 
CD 
-0 -



G) 
a 
C 

"O ;o 
'11: .g 
~ 0 

;:i. 
(/) 
() 0 
"Tl .. 
(0 (0 
0 0 w w 
w w 
0 0 

c.... 
C 
:::, 
(I) 

0 
!J' 
N 
0 
0 
(0 

N 
0 
0 
9:' 
01 
0 

-u 
"' cc 
(I) 

(0 
0) 

~ 
~ 

0 
01 

w 
0 
0 
f'-
~ 

~ 

0 
0:, 
.IS, 

w 

11 "' .. "' (0 E r., 
a (J\ 
l» e. :,< 

i 1'-

i 
~ 

"1 
0 
g 
-I 

~ 
.ii., 
(lj 

> 
~ 

:i 
!it 

. 
'.O.C.~ 

CHPRC CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST W09-004-54 

rag, l of l 

Collttlorl(J- Cuntut'ltcourslcr T,ltolio~r No. MSIN FAX 
1i..,. m . ..:., .,,n,t.,·•1~ 

SAJ,"\'1t Su>Dllr.e Orlein Purt~lll' Ordtr/Cbar,t Cude 
ur/10.004 ll••'""' ~it, 

Jlroi«I Title HNF-N-«.6- J./ 11.l- lcr n~, No&'.ili · O~-o/ Ttmn. 
Ql'R A. • DQ Ii ~MO 

<:1.1 ... .,11"0/I ,h\ M.ttb_od of Shio1111:11t Bil! tfLtdin1!/Air Bill Na, 
l llla•.Os ·•M•"~• .t /'• •••••••••;•:- , '~"' 11..1.:.,. 

Pt1lt0tol 
Ptlority: 45 Oays 

Olr1iit Pru~r(y 1\(J. 
R(H 

POSSIBLE SAmU: HA7AIIOS/REMARKS SPECJAl. l~STRIJCTIONS HoldTit;t nx~I Ac~vi\l' Eumoticn: fo h.(_ N~ L .. '' ( 0,:11111 R.idtclct11< M;tcrial ill <00cbW1:,,; tbLwrn« tet•ltod futt1:"1r<'i!Jlmn ['(1 H' i"FR ha1· tlf. tiol Stc-W,olc Cltamt«l<.,.wcdii: fo'1rn;i1fi1:11 hl<l't Jf1X!<S, 
,l-JsalJcr,rOOF011k, :4(';) ,(l'l'iM9'1l) 

S&rplc l{o. l1b ID • Date Time No'Typc Qlrtaincr Silmi)lc Anal}Sis lloldiQg 1'inie f•resmutivc 

B2C-502 {fj c)()J w t/ltulo? //JV 1x5ll~ml GIP 6010_1,4ETAlS_ICP; l.$t-3 (18) 6Monfls HN03 to pH <2. 

820503 0)~ W' I M0(k11l P 500.0_AHIONSJC, List-I :5) 28 Days/48 Hours CooHC 

82050! J, w \b VJ 1~tGIP 6010J.1ETALS_ICP: List-3 (18) 6.MQoihc; t-lNOlto pH <2 

', I • 

"" ' " I\. .. 
' """ ',7/. ., 

~c -:A.,., 
K.~ I...L ,_. " -~ 

"' I ... I ... 

' ..., - ~ 

"-.......... 

APR "'1Jll9 t •~ ttyFrazi~~Rl !'.liieff'nte 1n, Mllllil I 

1'11( APR 102009 ) .: 1'.-41 ~ ~ ' ~ ,~ ~ llnm~il 
Relinq1il'i:dBy l)m{fQt IClhtdlly DWTm:e Sf; •. 'it,lim,m ill . !lnmh111 

~!) ~ !',olill T ' T\Wlt ~,. ~ ,k~ WI • w.~ w w.1,, I i t1,11~1i 

R1l~dil1tdlly Oiiiil"iln, ~ttt11\!dlly f>.iie/l'll(? 11 ·• C'il V :.: VC1J!~~lk·ul 
A • A,, X ,. {):lJlr 

R!lirtiili~Bv t>.tlilne : aeil<dBv lnrlfl'lll'i 

0 
;r 
! . 
:, 

0 .... 
0 
C 
en .. 
Q 
Cl 
'< 



G) 

a 
.§ ;:o 

c:.... 
C 
:J 
(1) 

0 
_<.11 

N 
0 
0 
CD 
N 
0 
0 
0) 

(J1 
0 

-0 
Ql 

(C 
(1) 

CD 
---J 

g, 
~ 

0 
(J1 

:;j: -{g (;.) 
~00 

en = ~ 
0 O:..,. 
"TI .. • 
CD CD ~ 
00° (;.) (;.) ex, 
(;.) (;.) ~ 
00(;.) 

"O !lt 
.. :i 

(Q C 
Q ·~ 

"' a. e. ~ 
- l> 

"' I 
~ 

r-J. 
0 
g 
-l 

f~ 
~ 
> s 

ti 
ii 
ti 

CO.C.# 
0 
:r 

CHPRC CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST W09-004-41 Ill 
:I (/) 

·-····-~-·-· 

Pa~e .1 of ! 
0 Q) ... 3 

Coflttfor 
11.1•-

"!lnbt~'Rcgac!ltr Trkoho1cNo. MSI\ FAX 
n..,.wu.;. wi.1,1..10,0 

0 "O 
i: (t) 
In 

SAf\:o, ~1>U.rOrieio. Purcha~c OrdtrWbar!!! Codt 
U,M_(li\J "-•;,,A t ;,, 

Pruitd T'iflr, 
... 11!1 u :rNI :; I 1 3 ~ lttfvl!No.f:LtJS-o~ 7 1'tllll. ocg ; AOOI! 1MQ 

... , •••• . , •• ,r • • , ~ltdilid of S~iP"6t,r .. - . 
___ ....... 

Bfflofl;adi\lt/Air Bill l\o. 
1--1 -~, · " . • /'I . ,~. /:,.,._{ lf. L!.!. 

:::c ,.. 
Q (t) a. 0 '< (t) 

"O -
rrotocol Prtority: 45 Days Oflat1 J'rom!r!Y No, .,,.,. 
POSSIIILESAMPLE IIA1.A RDS.tREMA RKS SPEW L INSTRUCTIONS lloldli111t T~lll MivM!\tlTlotil:11: Ye.,~ No l_ 
.. • • . r,.,.,,.hl R"'1ii,,Ot<~ l,1~1,;i:ol Ii <ll<i<t<k•1''<It \\al "'' Ila ll't11lned ((>I l""'!11'7f;,1}11l ~· ,19 CFR l,iJ ;If~-•"' &l<-Wite {lc.,,i,/<r KA ... k,~ 1.r,, .... rn,11 ro, 111 >.ff!r..~ 
1lm:,i,1,~,.,IX)£ O.Joi ll 'l'J ! (ll'JC•l'l'JJ) 

-
S~lt l\'o LibiD . n11c 1Tm: N.W-IW: C'Ootailrr Sainpk t,na)ysls Holding Time ?rcserva11te 

B204Y8 (i'} 0()5 w V/ia/v? IP,J 1x500-ml. GIP cQ10 _METALS _iCP: list-} {t8j $Mon:ltc HNOOtopH-<2 

8204Y9 (fo(. w W;i/419 /OJ,3 1xSOO-mL GIP· 6010_METALSJCP:.list-3 (18) 6 Mo"\hs HNOO lo pH ~2 

' .. 

' , .... 

' ... I'\. 

I\. 1.,., i,., 

~ ... ~ /' 
"' r-...OJ:J , .... I:?'~ ' .... 

" 

" - --' j i..- I 

' r I 

' -
R•hlQlltiht4 HJ APR 1 n ,m.oic ~Frazi~ Sifp 

APR r itionl'K Matrix .. 
l(J · 113( '{){U, \,.. 5 , ~ I OS , lh1t-.5dli,I 

ll;idJ1111 D:it.'f'l!W ~f: ., Sm,_. l')l ~ 0nl~ 1"11ii ~o .._ ~,m 1 .;;;; Ti~it 
$L ~ ..... ,, WI 1,;. W'trf1 
II' • W,1t1 t • IJ.10.id 

Rcli~!!<dAy !hlo'T~I- ffl~'fll8} {}.lc,'f~ 1) T IM V - Vc!ttli;.,n 
A - Alf _)/ , (llh,r 

I RcliMu<kd Bv lli!dl'il!I! lltmwli!B, O!ie.'IW 



G) 

0 
.§ ;;o 

t.._ 
c 
::, 
Cl) 

0 
_c.n 
N 
0 
0 
CD 
N 
0 
o 
Ol 
<.i, 
0 

"U 
OJ 
co 
Cl) 

CD 
CX) 

s. 
~ 

0 
(.Tl 

~ {!l <,:) 

~00 
en :: ~ 
() 0 :.... 
"Tl " ' 
CD CD ~ 
00 ° 
<,:) <,:) CX) 
<,:) <,:) ~ 
0 0 <,:> 

"U at 
Cl :l 

"' E r., .,, 

"' <i.. 
0 ~ 
: .> 
t. ], 

~ 

1'1 
0 
0 
0 
4 

r.:i 
r\ l 
i. m 
}, 

z: 

ti L 
·•:i ¥,-
!« 

C.O.f;,JI 

CHl'RC CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST W09-004-44 

·•-···· .... < H" 
'PJl.\t' ! ur ! 

Coll«tor !'J"-' Coallt!i'Rtilltmt Ttkobolk No. .\tSL\' F,\X 
n, •• W:JM , (JQ.17< 1•,R 

SAVNo. SampUQl Orl2fn rwrd1ut OrJ1rl(b111!C CoJe 
\ll00.(/1,l U,.;,,.A t i•• ' 

Prnf,rt'litlt 
ill.ii"'_ 1.1 ~ J.. I J 3;. ht (lufNn'.G {/) S-,o). 'ltlnr.. 

Rf'U AOIHI ,t11\i1 
s . I T. f l , ~I ~lttbod ol Sblnm t BIii of Lad~Air Birt Nu, 

1w,,,_ t .... 1: •• ,.,.~.,- ., . .,;., {',,d IJ, k:, t; 

Prototol Pnortty:_ 45 Days Olfilit~ P1o!ltrfv No. 
tl/"1L\ 

POSSIBtESAMPI.F.11,\ZARDSIRF.\lARKS ~PtCIAL IN~illt:cnoxs llollllitne iow! Activiiv fitlWtion; Ye, ~ N\l L 
o; " Ceori111 bh,w./i\t M11ctl~ 11 tml<tlUm•iM; 1\01 ll(orf rtpblal to, hi~ i.l\lioo p<149 Cf"R l>4 ;rt•~ S1l:-Wi1t C- ,w ICnowil<lt, \~iQmU((n& fonr. ;p;llls 

11t1tNlir r• oot.u~ .. 54oc1s (1~m) 

~ !cNn, l.ab lD . (}UC l Tune N~nx: Cootaiocr Sample Anal11i; l!tJldin,g Time Prescrn livt 

1!20471 (J07 w ll//1.vM IJSif- 1x2S0-ml ~Ge" gOSO_T(iC, roe (l ) 28 Day, kCl or H2SC4 to pH <2 Coo1"'4C 

620472 GOr w , I lx250-mL aGs' ~060J OC, TDC (1) 28 Days HCI 01 H2S04-!o pH <:2 Cod--4C 

820473 00~ w 1x2SO.ml aGs' 9060_TOC:TOC 11) 2803)S ~Cl 01 H2S04 le pH <:2 Cool- 4C 

620474 0-ID w l.a50-ml aGt 9WO_TOC, TOC11l 28 D~}~ HCI 0! tl2S04 lo pH <2 Co<NC 
620476 0)5 w lx250-mL GIP 2320 _cALKALINITY: A.ltailri!y (t ) 140ays- Ccol-•C 

620476 ,11 w I lx:250-mL G TRITl!.11.:BE_LSC: Tril~m (It 6Mlnths None 

-....... 

' "' '-.. 1,,, ,I 

'""x/. ~-' / 
''-.. vt?) ~- ""' '"-V//1 I -- I 

~ tu -- .. l 

' " 
JrJi~itj~ £)1;t/Ti,it m 1 o 2009~1]< Mo:nx-• 

APR 1 o 2009 >·13( 
~ - ~N! nt fmlll~:ii 

lttlJll'l!il!licJ Br ~pfmt D11:{l'iine ~ , Sabli'e!l 1)1. • lk1 1fl lA111f 
~ , "' ~"1/il T :ts. 1~!.l'"' 

/\L - ~lor.-c- Wt • Wi," 
w .,. WY;.,,,- I ... t 11,)',\(i 

ltlftt1\li!ltc8y ll;all!Tline O:,t1/llin/ 0 "' oil' V e \t!~ ;\{i:11 
A • Air X " 0!111:< 

I ldUllll1rl-.t.l8v ,lliil!T!mi llt1Cal'td8v O:iin'fiu~ 

0 
:r 
!!. 
:s 
a 
0 
C 
/JI .. 
0 
a. 
'< 

en 
D) 

3 
"C 
;-
;;o 
CD 
(') 
CD 

"C -



c.... 
C 
~ 
Cl) 

0 
511 

G) 

0 

N 
0 
0 
(0 

N 

ii 

7J 
ru 

(C 
Cl) 

(0 
(0 

a 
~ 

0 
0, 

C ::0 
"O Cl) 

=It "O (;) 
~ 0 0 (/) = ~ (") 0 :....,. ,, .. . 
(0 (0 ~ 

00 ° 
(;) (;) 0:, 
(;) (;) :l"
o ow 

ll ,,, .. "' ~ e 
a (0 
<I' g, ~ 

.: l> 

1 
~ 

1,l 
0 
0 
;;) 

.... 
r:i ,.,. 
;. 
al 
> 
'? 

".0.('.f 

CHPRC CHAIN O.F CUSTODY/SAMPLE ANALYSIS REQUEST W09-004-72 

l'agt l of l 

CoUtctM KJ'bll K;4ttt(t:'RtGUt'ltlr teltt•one No. ~Sl'i fAX 
111. , w ;A.:. tno.n~- 12,a 

SAFNll, ~a11uli111! Ori2i 11 l'urchit Ord tr /Chrit Codr 
\lfllO._MA u,. t,,t .~;,. 

l'roit.d 'ltfli 
- · ,:, /, 2"L 

lcc Cltut-:. f
1
(,JJ-tJJ9 °fCIJll, 

or DA ADD H ) /10() -
S"--••n . 11 . h, MNbcid of Sliia111tnl 1 ,.., ,. _._- - i.,:, ' J. ✓ • RiQ Qf l,1tlite!Air Bill No. 

l t\ 1 .. ..-. ('t,._.J:...0 1, ""· f'A~ \'•l.:.f. 

Pro100il 
Priority: •5 Days 

Olfsttt f>roDtriy No, 
~rll A 

l'OSSIBLESM1PU: t1,\1,\ROS/REMARKS ~PCCIAL IN£TRl'CTlONS t1o14 ·n111t ToUI Acnvi11· Ewn,1io., : \'~ ;,/ N~ : , 
" " (o!)ll',r.1Jo ~11t M!rau) t (Qftl:fltlll:c:!.< 11'~1 ti? !¥'Htl!,l;r.t~ for lrllllNfUll!'II ~ ,'H'fR be I.at ,:it Sll','l!i« ~Knowk~-c [11fa1qll!Jo,r01111 a;,r,lrt 

-cfo,,,.l.k w [)a;llr.1(1 ~051,1WOM9J) 

-
Saa;ikNu. liil ID • pt!c Ti111t Nlfl\ i,; Con11lntr 

8-i04F1 OH w IV!trio9 ol ioy MSO-ml . Gs' 

B204F8· ~}~ w , ' [ lx250-ml aGs' 

B204F~ 1Jl3 w M$rol .i<.s' 

B204H0 Ol'i w 1x2SQ-ml aGs' 

B204H2 01<o w b250-ml ('JP 

8204H2 d1 w I / \ lx250fnl. G 

"'-.. 

' ~~ "- I~ II 

.... ✓/4 _/ 

' ~-. 
""< ~J 

,~ 

"' "' -~ 
! ~m:JritliedUy 

Kl~ 
lllelTl:nclJy1 

APR 102009 
ldtrqui1hedlly Ot t/Tiic 

Rtl,nJ11hlt2dBy Ol!!lfen! 

lillllU~!!V Dlttrillt 

Sample Analysi!. 

~,JdC:TOC(1) 

9060_TOC:10C (ll 

9060_TOC: TOC 11) 

m_roc: TOC (tl 
2320_ALKALINITY.AllaJirity (1) 

TRffiUM_EIE_LSC: Tritiun (I) 

l m~f(!Uy 

c,\11tdf!\I 

l~1ldi 111l .lime. rrc,:rvative 

280.iys HCl or H2SOt lo p}I <2 Cocl""4C 

28 0ays HCl or H2SOt to ~H <2 CocNC 

2aoays HCI or H2S0t lo pH ~ Cool~AC 

2SOays HO or H2S04 to ptt <2 CocHC 
14 Days Coo~C 

6t.bor1s Nooe 

~ ---I - I -~-- --

APR I tYi'rJ 
Ou11i111c 

0:1!!/lime 

~i;tie 

~ • S.A 
~-;; ~ s..tll'llm 
~i • ~liil 
~:. - Sl!!oc w . \½Ir, 
(I - ,.,. 
h e M 

M3!1i.x 1 

Jl.'i l)lir.,~ 
fl!. • !)Ji" I trtP 

T • '"" ' WI 
I. 
V 
X 

~ \\'in,_ - ,,...;,., 
" V,vm!IC<I 

(lit,c 

0, 
':1' 
!!. 
:, 

a 
(") 
~-.. 
0 
a. 
'<: 

CJ) 
ll) 

3 
'O 
~ 
:::0 
CD 
(') 
CD 

'O -



G> 
cl 
C 

::0 "O 
'11:{g 
~ 0 
~ (f) 

0 6 
"Tl .. 
"' "' 0 0 
w w 
w w 
0 0 

c.... 
C 
::, 
CD 
0 
511 
N 
0 
0 

"' N 
0 
0 
0) 

~ 

il 
QJ 
cc 
CD 

0 
(J1 

w 
0 
0 
~ 
~ 

~ 

0 
OJ 
+> 
w 

'll '11 
Cl :, 

(Cl e Q 
0.. ID ~ 

f:. ~ 
;;: > 

i 
..> 
..> 

u 
0 
g .. 
0 
'1 
to 
)> 
<' 

;j 
f:,. 
t 

c.o.c., C) 
::r 

CHPRC CHAIN OF CUSTOQY/SAMPLE ANALYSIS REQUEST W09-004-28 111 
::s CJ) 

ra~ i of i 
0 Ill .... 3 

IColkdlJr ,9 Hemdc roaticWtQlc,ltr Ttlculio!ie No. ~tsr,, F:U 
~ - n,n,w;A,;. \M.l?K •. J~ll! 

0 "C 
i: (1) 
(n 

iU.'fo. 1,/I " "¥ Sa1upllll! Orh!ln PijrthntOrdir/fhsreeCodt 
U/l'll.tj)A u,.r-1i:;,, 

ProkN1n1k HNF~ ZO/ '?'l ktl'l111tNo. ),"\·( - '{J,/ ( Ttmn. 
RM.A A)l!fl ?MO 

s . ·• T.11 ,SI Method of Sliiomnt Bill oft1¥1in/Air BiR ~•-

... ::0 0 (1) 
Cl (") 
'< (1) 

"C ... 
l\iJ " . • .•t'l.i -i~·.;,.~ , _,,,. ;_ /l"d 11.i.; , 1; 

Prct(l(1•l Prionty: •51la~ 0011fc Prollt'IW No. 
Rf'R ,\ 

P~IDI.CSAMPLE IIAl.°'RDS.,'IU,MARKS ~Pt:CIAt INSTRUCTIONS llold 1l111t 'Iola! Acl,viiv Excmolion, Yes ;,t,_1 No L 
!I " r~11111> R~1..:iw,. Mucn,I i! Clll:ttrd,.t,,is '1:ihr, ,111 ft11Jaitd '" """ll"'t,1/,.., f"'> 49CFUol :,t ·"' ~,t:,Wi.ie (~ef.llr• KrJ,,.1:dg;, lof;x,;,11;.,, f l>lll JW,~ 

,.,,~.,•blc -,er ilm'. LkJtr .\!ft1 .I {I '»l'lll?Jl) 

SampkNo. Lllil lD ' Due Tiotc Ntvl';1t ( n111aincr SampkAnitlysls Holdirig T:me PreSerrat~·c 

8205Q3 (F) ~n w it{ I U {tfj ;op. lx50Q,mt G/P 6010_1.4ETALS_ICP: Lisl.J (t8) 6Monlhs HIJ03 to pH <2 

820594 (\d,I w I tx500-ml P 300.0_ANIONS_IC:Lisl-1 !5) 28 0~48 Hours Coof-.4C 

820594 'V w t' f 1~•r!ll G!P 6010J.4ETAf.S)CP: LiSl-,3 (18) 6Mooihs HN03 lo pH <2 

I"-.__ -- r--- / .. / ---i-__ )7 (J 1.1 JI I I' 
~ r-,::::__ '-' ~ 1 / / I) / l'i rt 

----.:._ t V / 

---- ......_____ 

~ 
~ -

]~ • I ,"- ' ...,. ,_ -"' 
'-- '-·~ !l.~1·i1,~ Ma:ri~' 

~ ~ .~ii n~ 1)'1111~r,b:t 
!,I' - ~l!limrr.i IM IJ!llil I n,11 ll~"1111e 

,, 
$0 ... , Nl/1 T • 1111.-c 
Iii • Si,,;l.lll: 1\1 " ~1,n 
w - \1/..il'f I !'", I -Rh-\ 

J,fli"'!Lih~ !ly Tuiclfiolt ~•td3y ·~1:mm. 0 «· OJ V ' V,(ldaii,1' 

-~ . i\Jr ' - l)h,. 

Rdi111ci~dBv tnitltlr,e lle!\!il',d .BV !>:ll!lli~ 



G) 

cl 
-§ ::0 

t.. 
c:: 
::, 
(1) 

0 
_(Jl 

N 
0 
0 
<D 
N 

ii 

7J 
Ill 

cc 
(1) 

~ 

0 
~ 

g_ 
~ 

0 
(J1 

=11:i w 
~ 0 0 

(J) = ~ 
0 O:...... "T1 ,, , 
<D <D ~ 
00° w w ex, 
w w f'-
oow 

'ti 1Jt 
Ill "' (0 E 
~ a 
,...;). ~ 
0 ~ a ~ 
- 'O 
l,,, :: 

:! 
r-.t 
0 
g 
-' 

hl 
f 
~ 

> ;, 

·, L • t1 
fl"' ., 

c.o.c. g () 
:r 

CHPRC CHAlN OF CUSTODY /SAMPLE ANALYSIS REQUEST W09-004-3 ~-
C/) ::, 

P.igc l of J a QI 

3 
"olltdM JPHri:k f.llnitd.lllca~t11tu trtltalio"c 1\/o. MSI ~ t ,\.\ 

-•·--- n,1n, 11,1J,; . (M.;?t.?t~R 

SAF No. 
VIP"~ $1111!lll1t Oritln hrib111t Ordtr/()arvt Clllle 

\1/MJ'l'IA U-t.;,,1¢i,• 

P1oirri'fiilt 
Ullr"' ~t.!.W.. 2o f "8'~ kr O,,tN'n. ~(Lr l.{J..q 'ftllD. 

~/:'H AllDff i llM 

s••--~ r,. ,,· •• , Metkod ol Ski11,n11t --- Bill ol La4.i1111Air BiUNo, 

(") "E. 
i (I) .. :::0 0 (I) a. 0 '< (I) 

"O -Jui •• ,. ~.--1: •• I, /'I, . , .. /".,<ut \t.L:.t. 

!'rolowi Priority: ~5 Days Oltsl!, rroPtrn No. 
Df'~A 

POSSIIILE SAMrtr. IIAZARilSIRUIARKS ISP£C!At ~STRtlCTJO,'S lloldTimt ·ro1ll Ao1ivitv ri~cmnlilli Yes ~ NO L 
ii " Ll\!iritcsRa./'"'1il;,,,M~«Wli """"""ll~l\ ihl! i1tr>MY.'11.biol '• l!'™fi'IIM,9111rt 49 CTR l.d i,:ml Sit,Nlij, G111tr~o.r ( """'I"~ lrulllm;-6Y.f«11 ~pi;!;.., 

,, L,._..t.t, r,i \)(Jt (kilt, ll(~Hj\9'))/;)?l) 

Sample No. Loo ID • Da!e Time No/1\pe t:OnUllX! !ianplci\ntlys~ HoldingT!iltC f1cserva11ve 

B20573(Fl (.))~ w t/ 116/0( fr2f' 1ll'.!500-rrL GIP lj010J,tE'f P.lS_ICP: li$1-3 j18! 6Months HN03to pH <2 

B20574 w I 1x500-trt. P 300.0_A.N!ONSJC: i..i5t-1 (5) 28 Days/AS Hours Cool~4C 

1l2057,I. w ,/ f 1~500-r!t GIP 6010JAETALS_1,CP: Ust-3 j181 6Months HNO!lo lfi <-2 ----- -- i---

----- ----..__ 

--- ,__ 7// / I / 

------r<.--J Air- u/ ~ 
~ l If (JI K" --..__ t ( l/ y 

---..... r--..... 

~ - -----........_ 

j 
. 

I .......____ - --1J ' ~ ' ::::::... l 
- - • ~"' - -

" 
/35-0 lbllPR 1 n ,qng . ~ 

,Matrix ~ 

U~ r l)um~l,d 
~11r1111 ))a.efhn, s;, • lie~ll\.,,.. I)! lltil!i! JIO~ 

$0 • *~ T ' 1'(19~ 
SJ. • ~t,,i<,: WI ,r Wiry, 
w .. W,lt'f l • 1. .... 1 

~,dinqu1~3y ~,rfi~ ~m,l'IJ Jl,r v,11n'int n • n,1 V " VtJ!<1>n1111 

" -Aw x -~ ""'1-

I R.ililU!uit\,d Jv tlfldl'i!it IR"'1\wi 89 D111/fi'ilr 



G) 

0 
-§ ::0 

c.... 
C: 
:::, 
(D 

0 
_c.n 
N 
0 
0 
CD 
N 

i i 

-0 
Q) 
ca 
(D 

...... 
0 
N 

a 
...... 
0 
c.n 

,;i:{g v) 

~00 

CJ) = ~ 
() 0 :..... 
"Tl .. • 
CD CD ~ 
00° 
v) v) Cl) 
v) v) f' 
00(;.l 

1J if¥ "' :, 
IO :: 

~ ·i 
- '< a • 
- > - ~ h ~ 

~ 

r-.1 
0 
g 
... 
{,j 
'\l 
+" 
(!) 

> 
£ 

ti' 
ii 

t .o,ct 0 
:r 

CHPRC CHAfN OF CUSTODY /SAMPLE. ANALYSJS REQUEST W09-004-J1 Ill 
::s C/) 

fJgc 1 pf 1 
0 0,) .... 3 

K:anrttor .I' N8l1ICt( .D1111cliRr4uctltr r1l111hlln1 :'io. H$fS· FA.~ ,.._,....,.. r\,n, ".1,,A,l. ql<i •. l K 11~li 

('.) "O ; ;-
~AF No. S111pUn! Orte!~ PJrtlawOrdtr/r'harnCAdt 

WlYLtM 11,M°NA t•• 
1Ptoiw ·m1t HNF-N-506- 2t:\ / ~ 2 ktl'he11Nn."lf1L• !(L.o/ l'r.mo. 

l! rRA •~• fl IM6 --.,., • .....i Tn It •bl ~ltlh,d of SJiipmtnl Bill ol L»dinll.\ir Bill No, 

,. ::0 0 (D a. (") 
'< (D 

"O -, .. , , ' ,. •,11, , .. .,,· f'~•· IJ.~,,, .• 
Prl)t9'QI Priority: '45 Day$ Offtltt Ptolll'nt No. 

oru. 
l'()~Btl! SAMPLE IIAZARDS/REMARKS SPECIAi, ISSTRUCTIONS .llold Timt Tolill Activitvfacm~faw Y1s f),'j Nu :.. 
" •• f orJ1in! Rm.1tli1< M;teri,tl 11 oo,m~mhl•1 ,llll >1<t lid ,4,bt:d ' " "•1ll!•rtllir.o ~! 49 C>R liil itt• ,.,, !iit<.,Wi.t (iattuw tll<lYiWit tnr .. .ui,11 fot111 ;ii~k• 
,lmzii<J1:1 ll0f 1JJ<, Wi3~(1'»'\,1'1Jl) 

SnicNil lJblD • D)lC rime t\0'1J~Cootaincr Simple Anil11fs ltlding Tlinc f'/cscmti~e 
B2.04YO (Fj 0!1 w 4, 10(69 Cil10' 1 x!>Q0-1\\L GIP 6010JAETALS_ICP: List.J(18/ ~ Monlhi HN03to pH<! 

B204Yi oa.o w ;,r ¥ I ~500-rr,l GP .60HU,iETALS_ICP· Lisl'8 (18) 6Monfhs HN03 to pH .;2 

----- ---- --- , 
~ r-- K.. ~ IA I 

---:::::::::. .,,,,. 'II ,. I 
. ~ l ~ . C (Y 9 

------ ....._,______ 

"'-.. - - - -------' j 
.. 

I --....... - ......_ , 
J , 

i~~ !flllllll l 
- - I .. 'I---. . ,..., ~ -\!" "' ' ( 

RtltJfjjlfM4lrrlck Sitr ,,r(/APR 0to""ioog :\1atrix • 
CHPRC 

~ ., ~1 l)< fl·.,11.s,-, 
Moqllis!tJ81· l~Jillr1111i SP: •· Sa!\rntl fll.. , lh111Lr>11 

$0 ., ''"" 
r , Tt~CJJ: 

SI. • Slit,rc \\1 • \l(~K 

\ii ... IJ.'¥i, I -, 1~111~, 
8,boquistxdBr tk(cl.fit,16 .ic;~il~Jity ll;,11/t1111t 0 ~m V ' \'i!1'~•6"n 

A • M 11 ·• Ith,, 

I ~ lroolli.>tdR" !lYit'Timb hu,,1f(,dav !l1!tffi111, 



G) 

cl 

c:.... 
C 
::, 
<D 
0 
_CJl 

I\) 
0 
0 
<D 
I\) 

i i 

""CJ 
Ql 
(C 
<D .... 
0 
c.., 

8. .... 
0 
CJ1 

-§ ::0 
:;i:{g c.., 
::§: 0 0 

CJ) :: ~ 
(') 0:... 
"ll ... 
<D <D .... 
00° c.., c.., ex, 
c.., c.., ~ 
0 0 c..> 

l.l ,,I) .. :, 
IO c 
" a 
- 1ll N ~ 
a ~ 
- '1;I I> = 

~ 

"'-0 

8 
1 
".I ~, .. 
s) 
}> .. 

·• 
C.O.C.A 

CHPRC CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST W09-004-48 

Pigc 1 or J 

".olle(!Or jp HM'rid< (Qlll!l~~tlict Ttltobtn, ~o. MSI!',' ,Ii,\,~ 

-..--- fh., ~'.A.:., ,oo.m.~~<; 
SAFl\'o. ~ ... •v S;un oliar Ori~i11 r,rcbst Ordtr/('!mn Coot 

IIIMJV\d u.,.,_, to• 
I'roiect 'filk , , ..... ... 5M. 2,6 I gz. let Cht.<11 NQ. ;I"( t • "f). q l'tmo. 

Rl'RA APl1il 11\f\O 1 II WI -. 

:~i•"""T"" •"' ~lrtlod M~lomto1 -- BIii M LAdintl.\ir Bill NO. 
h,1--~--1:-•• -~. I"~•-- \I.J.,,1, 

Pr\/lMDI Priority: ~5 Day.; K)IYtlic l'tt)ffrlV t-.b. 
Df'OA 

POSSIBLF:SAMPLE lt\7.AROSIRf:MAR"S SPECIAL INSTRl'.CTIO:'iS Hold Timt Total i\di'luv fxemotiw Vts c'{ .' 'Jo L. 
" .. t ,x;wn, k.l!llollbvt Mi1C111I 11 .xin-'<ltrar~ Wi .r1 1fi tt(J!alld forlC!~Oll l)(t !~ (':R Ii,.! NC Ml s~Wur Qnffl\cf KIIQ'li'llliil\' 1oform!llll1fmn ~'6 

ck'iqb,c;xr OQEOlkt5l~Sil~ 19}JJ 

Sooi;!l:No. llb ID • D:it~, Time N(r!'y1rCont.iina S:n1ple Aml))i~ 1-bldiJl Time Prt:.\C!Wtivc 

821)485 0~ w <i 1(/cfi /JU, 1 x2SO.ml 11G; • 9060_TOC: TOC 11) 28 O;ys HCI or H2SOI to pfi <2 Coo:--4C 

820486 O~t.J w b25C•mL aGs' 9060_TOC, TDC {11 28Days HCI or H2S04 lo pH <2 CooHC 

820481 o~S-- w lx250-rol a<.s• ~60_TOC: T0C (1) 28 Days HCi t11 H2SOI to pH <2 Coo:.J.C 

820468 Q~~ w 1X25C•ml aGs' mo_roc. TDC 111 28 Days HCI Of 112504 lo pH <2 Coo~ 

820491 U3/ w MSO-ml C.fl 2320_AI.KALINITY. Mam ty (I) 14Days CocNC 

820491 'V w ,v \ /' 1x25C-inl G TRJTIUM_EIE_LSC: Trilurn (1) 6Mooths None 
~ 

,,,,/ l"J 11 1 I 

_"-th l//,. f 
~ •v t O '1 

---- ......__ 
",. ..... . _ ~ 

1-,._ - ~~ 

l - r--,...1 I ...... .-i-, 
'.\111(rit ~ Rduiqoi~.H&lrick O,..wTir,e /1f .:cci\tdSy l!g;I DMf,11\ltn) 

OiPRo APO 1 n ?019 'f A ~1--..... APR f o i .. ~' 
Rd,"'-jwt :cd By l\l!lfll.lC R-.cci11d .By D1tl/fi111t ~F- " ~•l/lk':t 

~fl ~ '\,i,I 

n~ ~ Orn~Si,l;il 
DI. • lltui>d lf\11 

I a - ~ 
T " Ti~•~ 
\1,1 w.,. 

W • W,in I .... l,,:t11iJ 
n -~ ,,1 
}. , Aw 

Relu-i~ttd 81 o.ll/Tiir.t :R~1111<d ay, llt111111111 \j - Vtr!i~l~'l'I 
X • Otht1 

Rd!ll4ili~ B, !>.:n.Ti::)l .~ l1tdBV Dllilfllllt 

0 
J 
!!. 
:::, (J) 

0 0.1 .... 3 
0 "C 
C (I) 
f/j 

:::0 .. 
0 (I) a. (") 
'< (I) 

"C ... 

' 



G) 
0 
.§ ;o 

c.... 
C 
::, 
(D 

0 
9' 
N 
0 
0 co 
N 
0 
6 a, 

~ 

i) 
Ql 
(0 
(D 

..... 
0 
~ 

g, 
..... 
0 
c.n 

~i w 
::§: 0 0 

en ::: ~ 
(") 0 :...... 
"T1 •.• 
co co ..... 
00° 
WW~ w w . oow 

'-.I 
0 
0 
0 

t.o.r. ij 
CHPRC CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST W09-004-49 

ase ! ill' ! 
IC'ollcctar JI" Memck Con~ide4pi,lfr t tltl!loae °NQ; MSIN l,',\X 
~ n..,i,.,t;.;,. (00:i'.16:,28.li 

SAf No. s~moline OriviJ Pt1rtk1sr Onlrr/Chanu CiMlr 
\11/lllJV'IA llonf,v,1 ,~it~ 

Proi«iTill! HNF#SOB- ;U t{2.. ,t Ch(SI No..,~ l 'in 
fti!lil, 

Df'RA ADDII 1/ll'O 

- mOah\ Mtlltod ofSbhunui Billofl.Jidirt21Alr lllll ~o. 
h \!,.t, ••=·"•• • f ' . r: •• , u.i.:.i. 

Prut0tul Prfooty; 45 ~ ()lfiit~~v-'10. 
Rl'RA 

POSSIBLES,\ ~IPU'. HAli\RilSIREi\lARKS Sl'F£1At. LliST.RIJCTIO'lS llold.Ii111t J'o1AI Atii1·i1r F,xcmo1ioo: Yes [\!l 'Jo ! 
o: " ('o!;t1e1 R4dl!lld! ~blcrial al lOll(t~~'<K tful .uml refU!itd forlr.lllPOIUliM pa i9LH •~I tff.!i'II 1:t.Wili:~tCfKl'l'"~b~,1qcnfurl~is, 
,ka»Nt per 00C Q,det ~tlU,5 (l'ml"13J 

Sam,k:Nu lib ID i Datt Ttmt .Nt{l')pt Coilaina S,nipkAllai})fs ll1ildi11g Ti n11 !lre~ml!1ve 

82049? 63~ w •//;ok, 1' 1'11 1x2!l0-mb ~ 2l20_All<AllNITY. Alktli!illj (1) 14~ Cool~4C 

820492 ,Ji w I (/ I 1x250-ml G TRITIUM_EIEJ.SC; Tntfum -(1) 6Monlhs- Norie 
820491 oa1 w I I 1x250-mL aGs• 900n_!OC: TOC. (1) ~D.iys HCI or H2SC. to pH <2 Cooi--•C 

820498 ~<( w I lx25Q..ml aGs" 9:JGO_TOC: TOC (1) 28Days HCI or H2SO<I to pH ~2 Cool-4C 

B20499 ()~7 w I I tx250-mi aGs-• SOOO_TOC; TOC (1) 28Days HCI orH2SO. to pH <2 Co~ 4C 

820460 ~o w v v 1x250,ml aGs• 9060:roc:1ocr1) 28Days. HCI or H2S04 to pH <2 Coo!-40 

-------- --- ~ ---r---_ A._{/ / i. 
-----:::::t.v--- f//_ ,// 

~ cc V /J C 
I~ 

---- r-- r'\ - ~l 
I - --- I 
~ --~ \ 

-
Relilljllilr.;~cil 

1, tLY [);.u.,lf.llt/ SJ\ ~cteil'lid!ly, }/rt :i. SIOl 
APR 

0f1t2oor M:ltlix~ 

CHPRc APR f O 2009 1~ 11,vrz,M 1/,w.,.,, /_.. 1.... s " S.iil !'iii - t'lri111!,li~ 
Rdimuiillt:d!ly .., V' 1 lliic>Ttnt l«t11?illlj V [)ie-'Timi :II,: = .''-!lllltlli j~. ~ JlrJ'1 i.,; 

I ~() .. 5/tlol f ~ T1~\11t 
~I - l\: ,h, 111 ~ w-~, 
w • \\'.oln I. , I llllii 

Rrijl'l,>Ult,c,Jll~ (¥11;T1nt Rtefitd!lr Duffin;, fi ·" ()I V - VeMJl1,11 
A ~ An X h (lilt!, 

Rr~nouli1.'£J 8, DM/fm ~<'<ri~llv DJrilimf 

' 

0, 
:r 
~:s 
0 .... 
(") 

~ ... 
0 a. 
'< 

en 
0) 

3 
'C 

CD 

:::ti 
CD n 
CD 
'C -



G) 
a 
-§ ::u 

c.... 
C 
~ 
Cl) 

0 
_Ol 

N 
0 
0 
(D 

N 
0 
0 
en 
01 
~ 

7J 
Ql 
(C 
Cl) 

~ 

0 
CJl 

Q, 
~ 

0 
CJl 

'Ii: {g (,,J 

~oo 
en = ~ oo:... 
"Tl .. . 
(D (D ~ 

00° 
(,,J (,,J ex, 
(,,J (,,J :"'-
00<,J 

1J <ll w !II 

~ ~-
... a. 
"' /II (!I ~ 

- l> ·- ~ "' :, 
::: 
Isl 
0 
0 

'° -:'-
1>.l 
'} 

~ 
> :,, 

ti 
! :.. ! 

t 
! ,«0 

K,O.C. 1/ 

CHPRC CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST S09-004-J 10 

P~ l of I 
C:olltdot' JP H6mek (;011tir'Ulltt11u1r, Mt!iliok ~o. MSIN FAX __, __ ... n,,,,.,u, 1.: .. ~\O. ~i ~;\OIO 

SAF No 
__ ,, 

Saa,plin. Clfiain furthast Order/CbirrtCod~ 
cll0.M1 11 • • r. ~1 ~it<' 

Pmierr Tillt: Hp.f'-N$ zo l it kr Clint No. <; r-tl - 4 2.'f TtmP-
~IIR V .un,n 1""' 

• • · --~T.11 .L, )ltthodof ShiGlntt.l Uillofl.Jdin.l!!Air 8111 ~n. 
l1 t1 .•. J .. (!.-:- ~-t~- .t,... . . "~ • ,u :,1. 

Prorocol 
,,, 

IO!bi1~ Pro11trtv :'O. 
~nov Priority: 45 Days 

P~ffil,ES-lMPl.[ IIA7AR~F.AIARKS ~PECUl. l'i.illtUCTIONS Hold Time Toid Adivitv Ft~ntntioo: YtS \'{J N~ L 
'' ,; " "'"''" R.:t.1><fo~ kl,ltii,,! ,i '"'"·"ir>l11'< tul ""'11,i ~ j.:(r,I for111"'f'"tr,.f, .,,p., 44-Cl'R t,., lit Iii~ ~\,-\\'l,l.l'><'<•""" ""'°'«ill' l•wu1i;1 j,m~ ~11""< 

t<l~~ble ,u OOEOrdcr llOO-l (l!l9M9'Jl) 

- --- - ·· 
Sanipk No, l.llblD ' jXllt~ Time Nrl1ype Coo!nin.'I Srunple t\11al }115 lloldingJlmt Prtsmanvc 

B2QJP7 (F) e33 w ~ccfc9 "f}({J 1XS()J,ml GIP _200,Sj,\ET/\lSJ CPMS: .menicU) 6Monlhs ~N03 to pli ~2 

B203F8 Os<./ w l 1x!iOO-!nL P 300.0_ANIONSJC: UsM (5) 28 Daysf48 Hours CocNC 
B203PS w 1XSt>).(nl G.IP ALP~!:.TA _ GPC: Alpha di1c1J1a " Seti (2)! 6 Monihs AN03topH<2 

· ALPHAll!:TA_:Gf'C: Alpjla dj)C(ele t Bell (2} 

B203P8 w 1X1000-ml GIP TC99_3MOSK_lSC: Tc~ (fl 6Month$ 1-!CI to pH q 
B203P8 w MSO-ml G TAITIOM_EIE_LSC:: Traium /1j 6Mcinlh5. Nor.t 

B203P8 w '1 XSOO-ml GIP 200 8 _ METALS JC PMS: Uranium (1) 6Mcnlhs HN03toptl<2 

B203P8 w M-LGIP' Strmtium-69,90 ,. i olal Sr .8Months HN03topH<2 

B203P8 'I w ~ , t 1~LGIP 200,8_.METALSJCPt.!SAmoi~(1) 6~rilb~ HN03.!opH<2 

~~ ~,..__ - .,..110 LI ./ I 
...-.I!__ "'( / ( 0/ () l1 

l ~-------"'--- ------,_ 
I - I "' -- ~ - r--,u ' - '" - :......, ' . v-- " IMiiiq1p~ \JWl""1 /350 Mllltlt 1 

CHPRC APR 1 n 20 gI "' S..1 m - n,,.., ~ ,d 
i\tlu:q~itct Bv Dlk.TJl!e ),:tetrm ~ ~ s.Mmit."l I)!, • f!rilli! J:u 

~") • • ~ .14 r , h~,tt 
.,1. ~ .s.,,11< \\'I - Win< 
w C W>ttt !. . , .... ~ 

Rc!ir,qu1# ~.By {);iW,l'iM m/Titl: () - Ii) 'J ~~ \!et.Jffit:('1 
,\ " M X - Otli,r 

I RdirMtt,., 11, fl,J;.' h M IR!'U1"'11 ll, (I,;,rrin., 

0 
.':Z 
~
:::, 

0 .... 
0 
~ .. 
0 
a. 
'< 

en 
Q) 

3 
"C 
co 
:;o 
CD 
n 
CD 

"C -




