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Subject: FINAL RESULTS FOR SAMPLE DELIVERY GROUP WSCF20081332- SAF NUMBER 
F06-027 -

Reference: (1) Groundwater Protection Program-Letter of Instruction, FH-EIS-2003-MEM-001, 
October 31, 2002 

(2) HNF-SD-CD-QAPP-017, Rev. 9, Waste Sampling & Characterization Facility Quality 
Assurance Plan 

This letter contains the following attachments for sample delivery group WSCF20081332: 

• Cover Sheet (Attachment 1) 
• Narrative (Attachment 2) 
• Analytical Results (Attachment 3) 
• Sample Receipt Information (Attachment 4) 
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Attachments 4 
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M4W41-SLF-08-771 

ATTACHMENT I 

COVERSHEET 

Consisting of 2 pages 
Including cover page 
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SAF# 

F06-027 

Report Date: 31 -jul-2008 

Group#: WSCF20081332 

Report WGPPS /5.3 

WSCF SAF NUMBER CROSS REFERENCE 

Group# : 
Data Deliverable Date: 
Data Deliverable: 

Sample ID 

BlVWCl 
B1VWC2 
B1VWC3 
B1VWC4 
B1VWC5 
B1VWC6 
B1VWC7 
B1VWC8 
B1VWC9 
BlVWD0 
BIVWDl 
BIVWD2 
B1VWD3 

WSCF20081332 
16-jul-2008 
Cover Sheet 

WSCF# 

W08GR02058 
W08GR02059 
W08GR02060 
W08GR02061 
W08GR02062 
W08GR02063 
W08GR02064 
W08GR02065 
W08GR02066 
W08GR02067 
W08GR02068 
W08GR02069 
W08GR02070 

Matrix 

WATER 
WATER 
WATER 
WATER 
WATER 
WATER 
WATER 
WATER 
WATER 
WATER 
WATER 
WATER 
WATER 

Page 
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ATTACHMENT 2 

NARRATIVE 

Consisting of 3 pages 
Including cover page 
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Attachment 2 
Narrative 

WSCF20081332 

Introduction 

Thirteen (13) S&GRP samples were received at the WSCF Laboratory on July 2, 2008. The 
samples were analyzed for the analytes indicated on the attached copy of the chain of custody 
( COC) form in accordance with the Groundwater Remediation Program - Letter of Instruction, 
referenced in the cover letter. 

The narrative (Attachment 2) will address sample characteristics, analyses requested and general 
information in performance of the analytical methods. A Data Summary Report (Attachment 3) 
includes analytical results, a comment report detailing method abnormalities, tentatively identified 
peaks if applicable, method references, and Laboratory QC information as applicable. Copies of 
the chain of custody and sample receipt documentation are included as Attachment 4. 

It should be noted that the attached chain of custody was stamped "ICED" by the WSCF 
Laboratory Sample Custodian during sample receiving, indicating the presence of ice in the 
sample container. 

Analytical Methodology for Requested Analyses 

Refer to WSCF Method References Report, page 11, for a complete listing of approved analytical 
methods. 

Inorganic Comments 

Anions - The regulatory hold time requirement was met. Duplicate, Matrix Spike, Matrix Spike 
Duplicate, Blank and Laboratory Control Sample were analyzed with each batch in this delivery 
group per GRP Letter of Instruction. See pages 38 through 49 for QC details. Analytical 
Note(s): 

• Duplicates, Matrix Spikes and Matrix Spike Duplicates were analyzed on samples 
BlW663 and B1VW60 (SDG# 20081309, SAF# F06-027); B1VW87, B1VW86 and 
B1VW80 (SDG# 20081317, SAF# F06-027); and, B1VWC8, B1VWD3 and B1VWC6 
of this SDG. 

• Sample results were D flagged if dilution(s) were required. 

• Sample results that were less than the reportable limit, however greater than the method 
detection limit were B flagged. 

• Batch QC (Bl W663) - Duplicate Relative Percent Difference (RPD) for chloride slightly 
exceeded established laboratory limits. 

All other QC controls are within the established limits. 

ICP-AES Metals - The hold time requirement for this analysis was met. A Matrix Spike, 
Matrix Spike Duplicate, Blank, and Laboratory Control Sample were analyzed with each batch 
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Attachment 2 
Narrative 

WSCF20081332 

in this delivery group per the GRP Letter of Instruction. See pages 50 through 57 for details. 
Analytical Note(s): 

• Duplicates, Matrix Spikes and Matrix Spike Duplicates were analyzed on samples 
BlVW58 (SDG# 20081309, F06-027) and BIVWC4 of this SDG. 

• Sample results were D flagged if dilution(s) were required. 

Batch QC - BIVW58 

o Calcium and Sodium sample results exceeded the spiking levels by a factor of four. 
Spike recoveries are not valid. Check standard was analyzed to ensure um linearity 
because sample results were greater than the calibration standard. 

o Silver contamination detected in the Blank was evaluated and there was no affect on 
sample results. Additionally, the Laboratory Control Sample recovery was less than 
established laboratory limits. Affected sample results were X flagged. 

o Silver and Iron - Matrix Spike and Matrix Spike Duplicate recoveries were less than 
established limits. Affected sample results were "N" flagged. 

Batch QC- BIVWC4 

o Calcium, Magnesium and Sodium sample results exceeded the spiking levels by a 
factor of four. Spike recoveries are not valid. Check standard was analyzed to 
ensure linearity because sample results were greater than the calibration standard. 

o Silver and Sodium contamination detected in the Blank was evaluated and affected 
sample results were C flagged. 

All other QC controls are within the established limits. 

I certify that this data package is in compliance with the LOI, both technically and for 
completeness, for other than the conditions detailed above. Release of the data contained in this 
hard copy data package has been authorized by the Laboratory Analytical Manager and Client 

,Q ' 111 
V {UJ{t,u AX • ~ 

Serv1jf·ces ~ve~ by the following signatures. 

Scot L. Fitzgerald · 'i>auline D. Mix 
WSCF Analytical Laboratory Manager WSCF Client Services 

2 

6 of 63 



M4W41-SLF-08-771 

AIT ACHMENT 3 

ANALYTICAL RESULTS 

Consisting of 52 pages 
Including cover page 
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WSCF 
ANALYTICAL RESULTS REPORT 

for 

Groundwater Remediation Program 

Richland, WA 99354 

Attention: Steve Trent 

Analytical: 

Client Services: 

S: F.fz c.r"l g///,8 

/ .i), (},t,)G 2ft /4JdV 

All results are reponed on an "as received" basis unless otherwise noted in the comment section. 

This in formation is intended for the use of the addressee only . If the reader of this report is not the intended recipient 

or is not authorized by the recipient to receive the report, you are hereby notified that any dissemination, distribution or copying of this report 

is strictly prohibited . If you have received this report in error, please noti fy WSCF Laboratory immediately by telephone at (509) 373-7020 or (509) 531 -8004. 

Information designation of this report is the responsibility of the cus1omer. 

Contract#: FH-EIS-2003-MEM-001 
Report#: WSCF20081332 
Report Date: 31-jul-2008 
Repon WGPP/ver. 5.2 

00 Groundwater Remediation Program 

0 
""" 0) 
w 
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wl3qlog v4.2 31-jul-2008 16:14:41 

Department: Inorganic 

Wl3q Worklist/Batch/QC Report for Group# WSCF20081332 

WL# S# Batch QC# Tray Type Sample# Test 

36940 2 37360 41714 BLANK Anions by Ion Chromatography 
36940 13 37360 41714 BLANK Anions by Ion Chromatography 
36940 27 37360 41714 BLANK Anions by Ion Chromatography 
36940 3 37360 41714 LCS Anions by Ion Chromatography 

' 36940 14 37360 41714 LCS Anions by Ion Chromatography 
36940 5 37360 41714 DUP W08GR01950 Anions by Ion Chromatography 
36940 6 37360 41714 MS W08GR01950 Anions by Ion Chromatography 
36940 7 37360 41714 MSD W08GR01950 Anions by Ion Chromatography 
36940 7 37360 41714 SPK-RPD W08GR01950 Anions by Ion Chromatography 
36940 16 37360 41714 DUP W08GR01984 Anions by Ion Chromatography 
36940 17 37360 41714 MS W08GR01984 Anions by Ion Chromatography 
36940 18 37360 41714 MSD W08GR01984 Anions by Ion Chromatography 
36940 18 37360 41714 SPK-RPD W08GR01984 Anions by Ion Chromatography 
36940 25 37360 41714 SAMPLE W08GR02058 Anions by Ion Chromatography 

36976 2 37409 41766 BLANK Anions by Ion Chromatography 
36976 13 37409 41766 BLANK Anions by Ion Chromatography 
36976 25 37409 41766 BLANK Anions by Ion Chromatography 
36976 3 37409 41766 LCS Anions by Ion Chromatography 
36976 14 37409 41766 LCS Anions by Ion Chromatography 
36976 5 37409 41766 DUP W08GR02037 Anions by Ion Chromatography 
36976 6 37409 41766 MS W08GR02037 Anions by Ion Chromatography 
36976 7 37409 41766 MSD W08GR02037 Anions by Ion Chromatography 
36976 7 37409 41766 SPK-RPD W08GR02037 Anions by Ion Chromatography 
36976 8 37409 41766 SAMPLE W08GR02059 Anions by Ion Chromatography 
36976 9 37409 41766 SAMPLE W08GR02060 Anions by Ion Chromatography 
36976 10 37409 41766 SAMPLE W08GR02061 Anions by Ion Chromatography 
36976 11 37409 41766 SAMPLE W08GR02062 Anions by Ion Chromatography 
36976 16 37409 41766 DUP W08GR02065 Anions by Ion Chromatography 
36976 17 37409 41766 MS W08GR02065 Anions by Ion Chromatography 
36976 18 37409 41766 MSD W08GR02065 Anions by Ion Chromatography 
36976 15 37409 41766 SAMPLE W08GR02065 Ani ons by Ion Chromatography 
36976 18 37409 41766 SPK- RPD W08GR02065 Anions by Ion Chromatography 
36976 12 37409 41766 SAMPLE W08GR02069 Anions by Ion Chromatography 

36984 2 37403 41769 BLANK Anions by Ion Chromatography 
36984 13 37403 41769 BLANK Anions by Ion Chromatography 
36984 25 37403 41769 BLANK Anions by Ion Chromatography 
36984 3 37403 41769 LCS Anions by Ion Chromatography 
36984 14 37403 41769 LCS Anions by Ion Chromatography 
36984 5 37403 41769 DUP W08GR02036 Anions by Ion Chromatography 
36984 6 37403 41769 MS W08GR02036 Anions by Ion Chromatography 
36984 7 37403 41769 MSD W08GR02036 Anions by Ion Chromatography 
36984 7 37403 41769 SPK-RPD W08GR02036 Anions by Ion Chromatography 
36984 12 37403 41769 SAMPLE W08GR02068 Anions by Ion Chromatography 
36984 16 37403 41769 DUP W08GR02070 Anions by Ion Chromatography 
36984 17 37403 41769 MS W08GR02070 Anions by Ion Chromatography 
36984 18 37403 41769 MSD W08GR02070 Anions by Ion Chromatography 
36984 15 37403 41769 SAMPLE W08GR02070 Anions by Ion Chromatography 
36984 18 37403 41769 SPK-RPD W08GR02070 Anions by Ion Chromatography 

36979 2 37408 41779 BLANK Anions by Ion Chromatography 
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36979 13 37408 41779 BLANK Anions by Ion Chromatography 
36979 24 37408 41779 BLANK Anions by Ion Chromatography 
36979 3 37408 41779 LCS Anions by Ion Chromatography 
36979 14 37408 41779 LCS Anions by Ion Chromatography 
36979 5 37408 41779 DUP W08GR02030 Anions by Ion Chromatography 
36979 6 37408 41779 MS W08GR02030 Anions by Ion Chromatography 
36979 7 37408 41779 MSD W08GR02030 Anions by Ion Chromatography 
36979 7 37408 41779 SPK-RPD W08GR02030 Anions by Ion Chromatography 
36979 16 37408 41779 DUP W08GR02063 Anions by Ion Chromatography 
36979 17 37408 41779 MS W08GR02063 Anions by Ion Chromatography 
36979 18 37408 41779 MSD W08GR02063 Anions by Ion Chromatography 
36979 15 37408 41779 SAMPLE W08GR02063 Anions by Ion Chromatography 
36979 18 37408 41779 SPK-RPD W08GR02063 Anions by Ion Chromatography 
36979 19 37408 41779 SAMPLE W08GR02064 Anions by Ion Chromatography 
36979 21 37408 41779 SAMPLE W08GR02066 Anions by Ion Chromatography 
36979 22 37408 41779 SAMPLE W08GR02067 Anions by Ion Chromatography 

37215 1 37646 42114 BLANK ICP Metals Analysis, Grd H20 p 
37215 2 37646 42114 LCS ICP Metals Analysis, Grd H20 p 

37215 4 37646 42114 MS W08GR01982 ICP Metals Analysis, Grd H20 p 
37215 5 37646 42114 MSD W08GR01982 ICP Metals Analysis, Grd H20 p 
37215 5 37646 42114 SPK-RPD W08GR01982 ICP Metals Analysis, Grd H20 p 
37215 22 37646 42114 SAMPLE W08GR02058 ICP Metals Analysis, Grd H20 p 
37215 23 37646 42114 SAMPLE W08GR02059 ICP Metals Analysis, Grd H20 p 
37215 24 37646 42114 SAMPLE W08GR02060 ICP Metals Analysis, Grd H20 p 

37249 1 37676 42118 BLANK ICP Metals Analysis, Grd H20 p 
37249 2 37676 42118 LCS ICP Metals Analysis, Grd H20 p 
37249 4 37676 42118 MS W08GR02061 ICP Metals Analysis, Grd H20 p 
37249 5 37676 42118 MSD W08GR02061 ICP Metals Analysis, Grd H20 p 
37249 3 37676 42118 SAMPLE W08GR02061 ICP Metals Analysis, Grd H20 p 
37249 5 37676 42118 SPK-RPD W08GR02061 ICP Metals Analysis, Grd H20 p 
37249 6 37676 42118 SAMPLE W08GR02062 ICP Metals Analysis, Grd H20 p 
37249 7 37676 42118 SAMPLE W08GR02063 ICP Metals Analysis, Grd H20 p 
37249 8 37676 42118 SAMPLE W08GR02064 ICP Metals Analysis, Grd H20 p 
37249 9 37676 42118 SAMPLE W08GR02065 ICP Metals Analysis, Grd H20 p 
37249 10 37676 42118 SAMPLE W08GR02066 ICP Metals Analysis, Grd H20 p 
37249 11 37676 42118 SAMPLE W08GR02067 ICP Metals Analysis, Grd H20 p 
37249 12 37676 42118 SAMPLE W08GR02068 ICP Metals Analysis, Grd H20 p 
37249 13 37676 42118 SAMPLE W08GR02069 ICP Metals Analysis, Grd H20 p 
37249 14 37676 42118 SAMPLE W08GR02070 ICP Metals Analysis, Grd H20 p 
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WSCF 
METHOD REFERENCES REPORT Department: Inorganic 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method . Also, a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-505-411 

LA-533-410 

LA-505-411: ELEMENTAL ANALYSIS BY INDUCTIVELY COUPLED PLASMA ATOMIC EMISSION SPE 
HEIS 6010_METALS_ICP Inductively Coupled Plasma-Atomic Emmision Spectrometry 

LA-533-410: ANION ANALYSIS BY ION CHROMATOGRAPHY 
EPA-600/R-94-111 300.0 
HEIS 300.0 ANJONS IC - -

DETERMINATION OF INORGANIC ANIONS BY ION CHROMATOGRAPHY 
Detennination of Inorganic Anions by Ion Chromatography 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl .gov/phmc/as-dol. 

Report Date: 31-jul-2008 
...I, 
....1, Report# : WSCF20081332 

0 Report WGPPM/5 .2 

""" en 
w 

Page 



------------------------------- - - -

WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02058 
Client ID: BlVWCl TRENT Matrix: 

~ 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 OU < 0 .210 mg/L 

Chloride 16887-00-6 LA-533-410 0 217 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 OU < 0 .0990 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 OU < 0.360 mg/L 

Phosphate (P) by IC P04-P LA-533-410 0 515 mg/L 

Sulfate 14808-79-8 LA-533-410 0 17.7 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 OU < 260 ug/L 

Iron 7439-89-6 LA-505-411 ONU < 125 ug/L 

Magnesium 7439 -95-4 LA-505-411 0 3.41e+03 ug/L 

Manganese 7439-96-5 LA -505-411 OU < 20.0 ug/L 

Nickel 7440-02-0 LA-505 -411 DU < 20.0 ug/L 

Potass ium 7440-09-7 LA-505-411 0 7.80e+03 ug/L 

Silver 7440-22-4 LA-505-411 ONUX < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 0 1.33e+06 ug/L 

Antimony 7440-36-0 LA-505-411 OU < 280 ug/L 

Barium 7440-39-3 LA -505-411 OU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 OU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 OU < 65 .0 ug/L 

Cobalt 7440-48-4 LA-505-411 OU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 OU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 OU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 OU < 45 .0 ug/L 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

B · The analyte < the RDL but > ~ the IOL/MDL (inorg) 

0 - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits. (inorg) 

U • Analyzed for but not detected above limiting criteria . 

N • · Indicates results that have NOT been validated ; + - Indicates more than six qualifier symbols 

o Report WGPP!ver. 5.2 
...., Groundwater Remediation Program 
c,) 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .21 

51 .00 5.6 

10.00 0.099 

10.00 0 .36 

51 .00 1.6 

10.00 0.77 

5.00 2.6e +02 

5 .00 1.2e + 02 

5.00 2.5e +02 

5 .00 20 

5 .00 20 

5.00 8 .5e+02 

5.00 25 

5.00 2.6e +02 

5.00 2.8e +02 

5 .00 20 

5.00 20 

5 .00 65 

5 .00 20 

5.00 30 

5 .00 60 

5.00 45 

C - The Analyte was found in the Associated Blank.(inorg) 

O - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/02/08 

07/02/08 

07/02/08 

07/02/08 

07/02/08 

07/02/08 

07/22/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02058 
Client ID: BlVWCl 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF= Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 D 1.37e+04 ug/L 

LA-505-411 DU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 412 ug/L 

LA-505-411 DU < 390 ug/L 

8 • The analyte < the AOL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

U - Analyzed for but not detected above limiting criteria . 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5 .00 3.6e + 02 

5.00 2.28 + 02 

5 .00 25 

5 .00 20 

5 .00 3.9e + 02 

C - The Analyte was found in the Associated 81ank .(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags /notes described in the comments/narrative(inorg) 
~ W • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

0 Report WGPP/ver. 5.2 
-toi Groundwater Remediation Program 
0) 
w 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02059 
Client ID: B1VWC2 TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .693 mg/L 

Chloride 16887-00-6 LA-533-410 D 77.2 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .327 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 1.19 mg/L 

Phosphate (P) by IC P04-P LA-533-410 D 1.56e+03 mg/L 

Sulfate 14808-79-8 LA-533-410 BD 12.1 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 DNU < 125 ug/L 

Magnesium 7439-95-4 LA-505-411 D 4 .57e +03 ug/L 

Manganese 7439-96-5 LA-505-411 DU < 20.0 ug/L 

Nickel 7440-02-0 LA-505-411 DU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 D 1.12e+04 ug/L 

Silver 7440-22-4 LA-505-411 DNUX < 25 .0 ug/L 

Sodium 7440-23-5 LA-505-411 D 2.25e +06 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65 .0 ug/L 

Cobalt 7440-48-4 LA-505-411 DU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DU < 45.0 ug/L 

MDL=Minimum Detection Limit B - The analyte < the RDL but >; the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor 

TP Err=Total Propagated Error N - Spike sample recovery is outside control limits.(inorg) 

DF=Dilution Factor U - Analyzed for but not detected above limiting criteria . -~ • - Indicates results that have NOT been validated; + - Indicates more than six Qualifier symbols 

0 Repon WGPP/ver. 5.2 
"'"" Groundwater Remediation Program 
en 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

33.00 0.69 

33.00 3.6 

33.00 0.33 

33.00 1.2 

2.01e+002 6.4 

33.00 2.5 

5.00 2.6e+02 

5.00 1.2e +02 

5.00 2 .5e +02 

5.00 20 

5.00 20 

5.00 a.Se +02 

5.00 25 

10.00 5.1e+02 

5.00 2.8e +02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C - The Analyte was found in the Associated Blank.(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U . Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07103/08 

07103/08 

07/03108 

07103/08 

07/03108 

07/03/08 

07/22/08 

07/28/08 

07/28108 

07128/08 

07/28/08 

07/28108 

07/28/08 

07/28108 

07/28/08 

07/28108 

07/28108 

07/28108 

07128/08 

07/28/08 

07/28/08 

07128/08 

07128/08 
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-I, 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02059 
Client ID: B1VWC2 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 D 1.02e + 04 ug/L 

LA-505-411 DU < 225 ug/L 

LA -505-411 DU < 25.0 ug/L 

LA-505-411 D 286 ug/L 

LA-505-411 DU < 390 ug/L 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits. linorgl 

U • Analyzed for but not detected above limiting criteria . 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3 .6e+02 

5.00 2.2e + 02 

5.00 25 

5.00 20 

5.00 3.9e+ 02 

C • The Analyte was found in the Associated Blank .linorgl 

D - Analyte was identified at a secondary dilution factor(inorgl 

U - Analyzed for but not detected above limiting criteria(inorgl 

X - Other flags/notes described in the comments/narrative(inorg) 

(11 • · Indicates results that have NOT been validated ; + - Indicates more than six qualifier symbols 

0 Repon WGPP/ver. 5.2 
..., GroundwaJer Remediation Program 
0, 
w 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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-- ---------------------- - --------------------------------- -

WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02060 
Client ID: B1VWC3 TRENT Matrix: 

..a. 

WSCF 
Test Performed CAS # Method RQ Result Unit 
Amons by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0.420 mg/L 

Chloride 1688 7-00-6 LA-533-410 D 91 .5 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0.198 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0 .720 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 D 1.01e+03 mg/L 

Sulfate 14808-79-8 LA-533-4 10 D 20.1 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 DNU < 125 ug/L 

Magnesium 7439-95-4 LA-505-411 D 5.08e+03 ug/L 

Manganese 7439-96-5 LA-505-411 DU < 20.0 ug/L 

Nickel 7440-02-0 LA-505-411 DU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 D 8.84e+03 ug/L 

Silver 7440-22-4 LA-505-411 DNUX < 25.0 ug/L 

Sodium 7440-23-5 LA -505-411 D 1.60e +06 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 DU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 D 58 .7 ug/L 

MDL=Minimum Detection Limit 
RQ =Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

B · The analyte < the RDL but > = the IDL/MDL (inorgl 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorg) 

U - Analyzed for but not detected above limiting criteria . 

a, • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

0 Repon WGPP/ver. 5.2 
.., Groundwater Remediation Program 
0) 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

20.00 0.42 

20.00 2.2 

20.00 0.20 

20.00 0 .72 

1.01e+002 3.2 

20.00 1.5 

5 .00 2.6e + 02 

5 .00 1.2e + 02 

5 .00 2.5e +02 

5 .00 20 

5 .00 20 

5.00 8.5e + 02 

5.00 25 

10.00 5.1e + 02 

5.00 2 .88 +02 

5 .00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C - The Analyte was found in the Associated Blank .(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

0 7/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

0 7/03/08 

07/22/08 

07/28/08 

07/28 /08 

0 7/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28 /08 

07/28 /08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02060 
Client ID: B1VWC3 TRENT 

WSCF 
Matrix: 

Test Performed CAS # Method RQ Result Unit 

..... 

Calcium 

Lead 

Molybdenum 

Strontium 

Arsenic 

7440-70-2 

7439-92-1 

7439-98-7 

7440-24-6 

7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

LA-505-411 D 1.04e + 04 ug/L 

LA-505-411 OU < 225 ug /L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 250 ug/L 

LA-505-411 DU < 390 ug/L 

B - The analyte < the AOL but > = the IOL/MOL (inorg) 

D · Analyte was identi fied at a secondary dilution factor 

N • Spike sample recovery is outside control limits .(inorg) 

U · Analyzed for but not detected above limiting criteria . 

..._, • - Indicates results that have NOT been val idated; + · Indicates more than six qualifier symbols 

o Report WGPP/ver. 5.2 
"""' Groundwater Remediation Program 
a> 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e+02 

5.00 2.2e +02 

5.00 25 

5 .00 20 

5.00 3.9e + 02 

C • The Analyte was found in the Associated Blank. (inorg) 

D • Analyte was identified at a secondary dilution facto r(inorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

X . Other flags/notes described in the comments/narrative(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02061 
Client ID: BIVWC4 TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0.420 mg/L 

Chloride 16887-00-6 LA-533-410 D 265 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .198 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0 .720 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 D 886 mg/L 

Sulfate 14808-79-8 LA-533-410 BO 17.6 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 D 5.35e +03 ug/L 

Iron 7439-89-6 LA-505-411 D 329 ug/L 

Magnesium 7439-95-4 LA-505-411 D 3.20e+04 ug/L 

Manganese 7439-96-5 LA-505-411 D 1.26e +03 ug/L 

Nickel 7440-02-0 LA-505-411 D 43.1 ug/L 

Potassium 7440-09-7 LA-505-411 D 6.99e+03 ug/L 

Silver 7440-22 -4 LA-505-411 DU < 25 .0 ug/L 

Sodium 7440-23-5 LA-505-411 D 1.35e+06 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 D 344 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 DU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DU < 45.0 ug/L 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 

B · The analyte < the RDL but > : the IDL/MDL (inorgl 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits. (inorgl 

,_ DF=Dilution Factor U • Analyzed for but not detected above limiting criteria . 

00 • - Indicates results that have NOT been validated ; + . Indicates more than six qualifier symbols 

0 Report WGPP/ver. 5.2 
..._ Groundwater Remediation Program 
en 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

20.00 0.42 

20.00 2.2 

20.00 0 .20 

20.00 0 .72 

1.0le +002 3.2 

20.00 1.5 

5.00 2.6e+02 

5.00 1.2e +02 

5.00 2.5e+02 

5.00 20 

5.00 20 

5.00 B.5e + 02 

5.00 25 

5.00 2.6e +02 

5.00 2.8e +02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C - The Analyte was found in the Associated Blank .(inorgl 

D - Analyte was identified at a secondary dilution factor(inorgl 

U - Analyzed for but not detected above limiting criteria(inorgl 

X - Other flags/notes described in the comments/narrative(inorgl 

WSCF2008 I 332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/23/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02061 
Client ID: B1VWC4 TRENT 

WSCF 
Matrix: 

Test Performed CAS # Method RQ Result Unit 
Calcium 

Lead 

Molybdenum 

Strontium 

Arsenic 

7440-70--2 

7439-92-1 

7439-98-7 

7440-24-6 

7440-38-2 

MDL = Minimwn Detection Limit 
RQ = Result Qualifier 
TP Err= Total Propagated Error 
DF=Dilutioo Factor 

LA-505-411 D 1. 76e +05 ug/L 

LA-50 5-411 DU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 786 ug/L 

LA-50 5-4 11 DU < 390 ug/L 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Ana lyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

U - Analyzed for but not detected above limiting criteria . 

• - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

Repon WGPP/ver. 5.2 
Groundwater Remediation Program 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3 .6e+02 

5.00 2.2e + 02 

5.00 25 

5.00 20 

5.00 3.9e +02 

C - The Analyte was found in the Associated Blank.(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrativelinorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28 /08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02062 
Client ID: B1VWC5 TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method 
Anions by Ion Chromatography 

RQ Result Unit 

Fluoride 16984-48-8 LA-533-410 DU < 0 .210 mg/L 

Chloride 16887-00-6 LA-533-410 D 194 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .0990 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0.360 mg/L 

Phosphate (P) by IC P04-P LA-533-410 D 589 mg/L 

Sulfate 14808-79-8 LA-533-410 D 13.7 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 D 400 ug/L 

Iron 7439-89-6 LA-505-411 D 311 ug/L 

Magnesium 7439-95-4 LA-505-411 D 1.21e +04 ug/L 

Manganese 7439-96-5 LA-505-411 D 1.77e + 03 ug/L 

Nickel 7440-02-0 LA-505-411 D 45.5 ug/L 

Potassium 7440-09-7 LA-505-411 D 4 .72e + 03 ug/L 

Silver 7440-22-4 LA-505-411 DU < 25 .0 ug/L 

Sodium 7440-23-5 LA-505-411 D 9 .07e+05 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 D 22.1 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DU < 45 .0 ug/L 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identi fied at a secondary dilution factor 

N - Spike sample recovery is outside control limits. (inorg) 

U - Analyzed for but not detected above limiting criteria . 
I\) 
0 • - Indicates results that have NOT been validated; + - Indicates more than six quali fier symbol s 

0 Report WGPP/ver. 5.2 
""" Groundwater Remediation Program 
0) 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0.21 

10.00 1.1 

10.00 0.099 

10.00 0 .36 

51.00 1.6 

10.00 0.77 

5.00 2.6e +02 

5.00 1.2e + 02 

5.00 2.5e + 02 

5.00 20 

5.00 20 

5.00 8.5e + 02 

5.00 25 

5.00 2.6e + 02 

5.00 2.8e + 02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C - The Analyte was found in the Associated Blank.(inorg) 

D - Analyte w as identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiti.ng criteria(inorg) 

X - Other flags /notes described in the comments/narrative(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/23/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02062 
Client ID: B1VWC5 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 D 4.12e+04 ug/L 

LA-505-411 DU < 225 ug/L 

LA-505-411 OU < 25 .0 ug/L 

LA-505-411 D 269 ug /L 

LA-505-411 DU < 390 ug/L 

B - The analyte < the AOL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits.(inorg) 

U - Analyzed for but not detected above limiting criteria . 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e + 02 

5.00 2.2e + 02 

5.00 25 

5.00 20 

5.00 3.9e + 02 

C - The Analyte was found in the Associated Blank. (inorg) 

D - Analyte was identif ied at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 
N 
...., • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

0 ..., 
a, 
w 

Repon WGPP/ver. 5.2 
Groundwater Remediation Program 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07/28 /08 

07 /28/08 

07/28/08 

Page 1J 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02063 
Client ID: B1VWC6 TRENT Matrix: 

N 

WSCF 
Test Perfonned CAS# Method RQ Result Unit 
Amons by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .210 mg/L 

Chloride 16887-00-6 LA-533-410 D 35 .0 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0.0990 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0 .360 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 D 20.2 mg/L 

Sulfate 14808-79-8 LA-533-410 D 16.0 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 D 138 ug /L 

Magnesium 7439-95-4 LA-505-411 D 3.42e + 03 ug/L 

Manganese 7439-96-5 LA-505-411 D 337 ug/L 

Nickel 7440-02-0 LA-505-411 DU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 D 1.48e + 03 ug/L 

Silver 7440-22-4 LA-505-411 DU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 D 7.32e +04 ug/L 

Antimony 7440-36-0 LA -505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 DU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug /L 

Zinc 7440-66-6 LA-505-411 D 93.0 ug/L 

MDL=Minimum Detection Limit 
RQ = Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

B · The analyte < the AOL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorgl 

U - Analyzed for but not detected above limiting criteria . 

N • · Indicates results that have NOT been validated ; + - Indicates more than six qualifier symbols 

O Repon WGPP/ver. 5.2 
;; Groundwater Remediation Program 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .21 

10.00 1.1 

10.00 0.099 

10.00 0 .36 

10.00 0 .32 

10.00 0 .77 

5.00 2.6e + 02 

5.00 1.2e +02 

5.00 2.5e + 02 

5.00 20 

5.00 20 

5.00 8 .5e + 02 

5 .00 25 

5.00 2.6e +02 

5.00 2 .8e + 02 

5.00 20 

5.00 20 

5 .00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C . The Analyte was found in the Associated Blank.(inorg) 

D . Analyte was identified at a secondary dilut ion factor(inorg) 

U - Analyzed for but not detected above limiting criterialinorg) 

X . Other flags/notes described in the comments/narrativelinorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/23/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02063 
Client ID: B1VWC6 TRENT 

WSCF 
Matrix: 

Test Performed 
Calcium 

Lead 

Molybdenum 

Strontium 

Arsenic 

CAS # Method 
7440-70-2 LA-505-411 

7439-92-1 LA-505-411 

7439-98-7 LA-505-411 

7440-24-6 LA-505-4 11 

7440-38-2 LA-505-411 

RQ 
D 

OU 

DU 

D 

DU 

Result Unit 
1.84e+04 ug/L 

< 225 ug/L 

< 25.0 ug/L 

61 .5 ug/L 

< 390 ug/L 

MDL=Minimum Detection Limit B - The analyte < the RDL but > ~ the IDL/MDL (inorg} 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor 

TP Err=Total Propagated Error N - Spike sample recovery is outside control limits .(inorg} 

I\) DF=Dilution Factor U - Analyzed for but not detected above limiting criteria. 

W • · Indicates results that have NOT been validated; + • Indicates more than six qualifier symbols 

o Report WGPP!ver. 5.2 
;; Groundwater Remediation Program 

w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e +02 

5.00 2.2e +02 

5.00 25 

5.00 20 

5.00 3.9e + 02 

C . The Analyte was found in the Associated Blank.(inorg} 

D - Analyte was identified at a secondary dilution factor(inorg} 

U - Analyzed for but not detected above limiting criteria(inorg} 

X - Other flags /notes described in the comments/narrative(inorg} 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02064 
Client ID: B1VWC7 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Amons by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .210 mg/L 

Chloride 16887-00-6 LA-533-410 D 168 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .0990 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0 .360 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 D 380 mg/L 

Sulfate 14808-79-8 LA-533-410 D 12.5 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 DU < 125 ug/L 

Magnesium 7439-95-4 LA-505-411 D 1 .58e + 04 ug/L 

Manganese 7439-96-5 LA-505-411 D 2.02e + 03 ug /L 

Nickel 7440-02-0 LA-505-411 DU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 D 5.58e + 03 ug/L 

Silver 7440-22-4 LA-505-411 DU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 D 8 .69e + 05 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 D 21 .0 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug /L 

Cobalt · 7440-48-4 LA-505-411 DU < 20.0 ug/L 

Copper · 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DU < 45.0 ug /L 

MDL:: Minimum Detection Limit B - The analyte < the AOL but > = the IDL/MDL (inorgl 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor 

TP Err=Total Propagated Error N - Spike sample recovery is outside control limits.(inorg) 

DF=Dilution Factor U - Analyzed for but not detected above limiting criteria . 

~ • - Indicates result s that have NOT been validated; + - Indicates more than six qualifier symbols 

o Repon WGPP/ver. 5.2 
-I\ Groundwater Remediation Program 
en 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .21 

51 .00 5.6 

10.00 0 .099 

10.00 0 .36 

51 .00 1.6 

10.00 0.77 

5.00 2.6e+ 02 

5.00 l .2e + 02 

5.00 2.5e+ 02 

5.00 20 

5.00 20 

5.00 8.5e + 02 

5.00 25 

5.00 2.6e + 02 

5.00 2.8e+ 02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C - The Analyte was found in the Associated Blank .(inorg) 

D - Analyte w as identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags /notes described in the comments/narrative(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07 /03/08 

07/03/08 

07/03/08 

07/03/08 

07/03108 

07/23/08 

07/28108 

07/28/08 

07/28108 

07128/08 

07128/08 

07128/08 

07128/08 

07128/08 

07/28/08 

07/28/08 

07/28108 

07/28108 

07/28108 

07128/08 

07/28/08 

07/28/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02064 
Client ID: B1VWC7 

Test Perfonned CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-4 11 D 4.04e +04 ug/L 

LA-505-411 DU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 285 ug/L 

LA-505-411 OU < 390 ug/L 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorg) 

U - Analyzed for but not detected above limiting criteria . 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e+02 

5 .00 2.2e+02 

5 .00 25 

5 .00 20 

5.00 3.9e+02 

C - The Analyte was found in the Associated Blank.(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 
I\) 
c,, • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

o Repon WGPP/ver. 5.2 
...., Groundwater Remediation Program 
en 
w 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02065 
Client ID: B1VWC8 TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0.210 mg/L 

Chloride 16887-00-6 LA-533-410 DU < 1.10 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .0990 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0 .360 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 8D 0 .371 mg/L 

Sulfate 14808-79-8 LA -533-410 8D 6.04 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 D 4 .74e+03 ug/L 

Magnesium 7439-95-4 LA-505-411 D 2.81e+03 ug/L 

Manganese 7439-96-5 LA-505-411 DU < 20.0 ug/L 

Nickel 7440-02-0 LA-505-411 DU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 D 1.06e+03 ug/L 

Silver 7440-22-4 LA-505-411 DU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 D 1.05e+04 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 D 131 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65 .0 ug/L 

Cobalt 7440-48-4 LA-505-411 DU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DU < 45.0 ug/L 

MDL=Minimum Detection Limit B - The analyte < the AOL but > = the IDL/MDL (inorgl 

RQ= Result Qualifier D - Analyte was identified at a secondary dilution factor 

TP Err=Total Propagated Error N - Spike sample recovery is outside control limits.(inorg) 

N DF=Dilution Factor U - Analyzed for but not detected above limiting criteria. 

en • -Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols a Repon WGPP/ver. 5.2 
en Groundwater Remediation Program 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .21 

10.00 1.1 

10.00 0 .099 

10.00 0 .36 

10.00 0.32 

10.00 0.77 

5.00 2.6e +02 

5.00 1.2e +02 

5 .00 2.5e+02 

5 .00 20 

5.00 20 

5.00 8.5e+02 

5.00 25 

5.00 2.6e +02 

5.00 2.8e +02 

5.00 20 

5 .00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C - The Analyte was found in the Associated Blank.(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

- , 
I 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/23/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample # W08GR02065 
Client ID: B1VWC8 TRENT 

WSCF 
Matrix: 

Test Performed CAS # Method RQ Result Unit 

N 

Calcium 

Lead 

Molybdenum 

Strontium 

Arsenic 

7440-70-2 

7439-92-1 

7439-98-7 

7440-24-6 

7440-38-2 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

LA-505-411 D 1.64e + 04 ug/L 

LA-505-411 OU < 225 ug/L 

LA-505-411 OU < 25 .0 ug/L 

LA-505-411 0 66.8 ug/L 

LA-505-411 OU < 390 ug/L 

B - The analyte < the RDL bu t > = the IDL/MDL (inorg) 

D · An al yte was identified at a secondary dilution factor 

N - Spike sample recovery is out side control limits.(inorg) 

U - Analyzed for but not detected above limiting criteria. 

-...I • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols a Repon WGPP/ver. 5.2 
en Groundwater Remediation Program 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e + 02 

5.00 2.2e +02 

5.00 25 

5.00 20 

5.00 3.9e + 02 

C - The Analyte w as found in the Associated Blank .(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrati ve(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07 /28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02066 
Client ID: B1VWC9 TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0.420 mg/L 

Chloride 16887-00-6 LA-533-410 D 299 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .198 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0.720 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 D 1.06e+ 03 mg/L 

Sulfate 14808-79-8 LA-533-410 BO 13.2 mg/L 

ICP Metals Analysis, Grd 020 P Prep 
ICP Metals Analysis, Grd 020 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 D 1.06e +03 ug/L 

Magnesium 7439-95-4 LA-505-411 D 1.42e+ 04 ug/L 

Manganese 7439-96-5 LA-505-411 D 297 ug/L 

Nickel 7440-02-0 LA-505-411 DU < 20.0 ug /L 

Potassium 7440-09-7 LA-505-41 1 D 1.26e + 04 ug/L 

Silver 7440-22-4 LA-505-411 DU < 25 .0 ug/L 

Sodium 7440-23-5 LA-505-411 D 2.08e + 06 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-4 11 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 DU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DU < 45 .0 ug/L 

MDL= Minimum Detection Limit B - The analyte < the RDL but > = the IDL/MDL (inorgl 

RQ = Result Qualifier D - Analyte was identified at a secondary dilution factor 

TP Err=Total Propagated Error N - Spike sample recovery is outside control limits .Onorgl 

DF=Dilution Factor U - Analyzed for but not detected above limiting criteria . 

~ • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

0 Report WGPP/ver. 5.2 
°"" Groundwater Remediation Program 
(7) 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

20.00 0 .42 

1.01 e+ 002 11 

20.00 0 .20 

20.00 0.72 

1.01 e+ 002 3.2 

20.00 1.5 

5.00 2 .6e + 02 

5.00 1 .2e + 02 

5.00 2 .5e + 02 

5 .00 20 

5.00 20 

5 .00 B.5e + 02 

5.00 25 

10.00 5.1e+ 02 

5.00 2.Be+ 02 

5.00 20 

5 .00 20 

5 .00 65 

5 .00 20 

5.00 30 

5.00 60 

5.00 45 

C - The Analyte was found in the Associated Blank .(inorgl 

D - Analyte w as identified at a secondary dilution factor(inorgl 

U - Analyzed for but not detected above limiting criteria(inorgl 

X - Other flags/notes described in the comments/narrative(inorgl 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07/03/08 

07/03/08 

07 /03/08 

07/03/08 

07/03/08 

07/23/08 

07/28/08 

07/28/08 

07 /28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02066 
Client ID: B1VWC9 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 D 1.64e+04 ug/L 

LA-505-411 OU < 225 ug/L 

LA-505-411 DU < 25 .0 ug/L 

LA-505-411 D 712 ug/L 

LA-505-411 OU < 390 ug/L 

B - The analyte < the AOL but > = the IDL/MDL (inorg) 

D · Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits. (inorg) 

U - Analyzed for but not detected above limiting criteria . 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e+02 

5.00 2.2e+02 

5.00 25 

5.00 20 

5.00 3.9e+02 

C - The Analyte was found in the Associated Blank .(inorg) 

D • Analyte was identified at a secondary dilution f actor(inorg) 

U . Analyzed for but not detected above limiting criteria(inorg) 

X • Other flags /notes described in the comments/narrative(inorg) 

• · Indicates results that have NOT been validated; + · Indicates more than six qualifier symbols 

Repon WGPP/ver. 5.2 
GroundwaLer Remediation Program 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02067 
Client ID: BIVWDO TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-41 0 DU < 0 .210 mg/l 

Chloride 16887-00-6 LA-533-410 D 163 mg/ l 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .0990 mg/l 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0.360 mg/l 

Phosphate (Pl by IC P04-P LA-533-410 D 427 mg/l 

Sulfate 14808-79-8 LA-533-410 D 12.2 mg/l 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/l 

Iron 7439-89-6 LA-505-411 D 191 ug/l 

Magnesium 7439-95-4 LA-505-411 D 1.00e+04 ug/L 

Manganese 7439-96-5 LA-505-411 D 1.91e+03 ug/l 

Nickel 7440-02-0 LA-505-411 DU < 20.0 ug/l 

Potassium 7440-09-7 LA-505-411 D 5.28e+03 ug/l 

Silver 7440-22-4 LA-505-411 DU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 D 8.98e+05 ug/l 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/l 

Barium 7440-39-3 LA-505-411 D 45.0 ug/l 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/l 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/l 

Cobalt 7440-48-4 LA-505-411 DU < 20.0 ug/l 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/l 

Zinc 7440-66-6 LA-505-411 DU < 45.0 ug/l 

MDL= Minimum Detection Limit B - The analyte < the RDL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier D - Analyte was identified at a secondary dilution factor 

TP Err=Total Propagated Error N - Spike sample recovery is outside control limits.(inorg) 

W DF=Dilution Factor U - Analyzed for but not detected above limiting criteria. 

0 • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols a Report WGPP/ver. 5.2 
a, Groundwater Remediation Program 
w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit OF MDL PQL 

10.00 0.21 

51 .00 5.6 

10.00 0 .099 

10.00 0 .36 

51 .00 1.6 

10.00 0 .77 

5.00 2.6e +02 

5 .00 1.2e+02 

5 .00 2.5e +02 

5 .00 20 

5 .00 20 

5 .00 8 .5e+02 

5.00 25 

5 .00 2.6e +02 

5 .00 2.8e + 02 

5 .00 20 

5 .00 20 

5 .00 65 

5 .00 20 

5 .00 30 

5 .00 60 

5 .00 45 

C - The Analyte was found in the Associated Blank.(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

WSCF2008 l 332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/23/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02067 
Client ID: BlVWDO 

Test Perfonned CAS# 
Calcium 7440-70-2 

Lead 7439-92- 1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arseni c 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF= Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 D 2.08e + 04 ug/L 

LA-505-411 DU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 260 ug/L 

LA-505-411 DU < 390 ug /L 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limit s. (inorg) 

U - Analyzed for but not detec ted above limiting cri teria. 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5 .00 3.6e + 02 

5.00 2.2e + 02 

5 .00 25 

5.00 20 

5.00 3.9e +02 

C - The Analyte was found in the Associated 8Iank .(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - An alyzed for bu t not detected above limiting crit eria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 
(.,) 
...i. • · Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

o Report WGPP/ver. 5.2 
'°"' Groundwater Remediation Program 
a, 
(.,) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07 /28/08 

07/28/08 

07 /28/08 

07 /28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02068 
Client ID: BIVWDl TRENT Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0.210 mg/L 

Chloride 16887-00-6 LA-533-410 D 118 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0.0990 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0 .360 mg/L 

Phosphate (Pl by IC P04-P LA-533-410 D 72.3 mg/L 

Sulfate 14808-79-8 LA-533-410 0 17.1 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 D 3.13e +03 ug/L 

Magnesium 7439-95-4 LA-505-411 D 1.24e +04 ug/L 

Manganese 7439-96-5 LA-505-411 D 1.59e +03 ug/L 

Nickel 7440-02-0 LA-505-411 DU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 D 3.30e + 03 ug/L 

Silver 7440-22-4 LA-505-411 DU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 D 3.56e+05 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20 .0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65 .0 ug/L 

Cobalt 7440-48-4 LA-505-411 DU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DU < 45.0 ug /L 

MDL=Minimum Detection Limit 
RQ = Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D • Analyte was identi fied at a secondary dilution factor 

N • Spike sample recovery is outside control limits. (inorg) 

U • Analyzed for but not detected above limiting criteria . 

~ • · Indicates results that have NOT been validated; + · Indicates more than six qualifier symbols 

o Report WGPP/ver. 5.2 
..., Groundwater Remediation Program 
en w 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .21 

10.00 1.1 

10.00 0 .099 

10.00 0.36 

10.00 0.32 

10.00 0.77 

5.00 2.6e+02 

5.00 1.2e+02 

5.00 2.5e+02 

5.00 20 

5.00 20 

5 .00 8.58 +02 

5.00 25 

5.00 2.6e +02 

5.00 2.88 +02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C · The Analyte was found in the Associated Blank .(inorg) 

D • Analyte was identified at a secondary dilution factor(inorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

X · Other flags/notes described in the comments/narrative(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/23/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28108 

07/28108 

07/28108 

07/28108 

07/28/08 

07/28/08 

07/28/08 

07128/08 

07128/08 

07128/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02068 
Client ID: BlVWDl 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 D 5.25e+04 ug/l 

LA-505-411 DU < 225 ug/l 

LA-505-411 DU < 25 .0 ug/l 

LA-505-411 D 171 ug/l 

LA-505-411 DU < 390 ug/l 

8 - The analyte < the ADL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorg) 

U · An alyzed for but not detected above limiting criteria. 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit OF · MDL PQL 
5.00 3.6e+02 

5 .00 2.2e+02 

5.00 25 

5.00 20 

5.00 3.9e + 02 

C . The Analyte was found in the Associated Btank .(inorg) 

D - Analyte w as identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above l imiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 
w W • - Indicates results that have NOT been validated ; + - Indicates more than six qualifier symbols 

0 Repon WGPP/ver. 5.2 
-ti Groundwater Remediation Program 
en 
w 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/2 8/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02069 
Client ID: BIVWD2 TRENT Matrix: 

WSCF 
Test Perfonned CAS# 
Anions by Ion Chromatography 
Fluoride 16984-48-8 

Chloride 16887-00-6 

Nitrogen in Nitrite N02-N 

Nitrogen in Nitrate N03-N 

Phosphate (P) by IC P04-P 

Sulfate 14808-79-8 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Aluminum 7429-90-5 

Iron 7439-89-6 

Magnesium 7439-95-4 

Manganese 7439-96-5 

Nickel 7440-02-0 

Potassium 7440-09-7 

Silver 7440-22-4 

Sodium 7440-23-5 

Antimony 7440-36-0 

Barium 7440-39-3 

Cadmium 7440-43-9 

Chromium 7440-47-3 

Cobalt 7440-48-4 

Copper 7440-50-8 

Vanadium 7440-62-2 

Zinc 7440-66-6 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 

Method 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

LA-505-411 

RQ Result Unit 

DU < 0 .210 mg/L 

D 29 .3 mg/L 

DU < 0.0990 mg/L 

DU < 0 .360 mg/L 

D 52.5 mg/L 

D 11.4 mg/L 

DU < 260 ug/L 

D 366 ug/L 

D 8.30e + 03 ug/L 

D 641 ug/L 

DU < 20.0 ug/L 

D 2.12e+03 ug/L 

DU < 25.0 ug/L 

D 1.12e + 05 ug/L 

DU < 280 ug/L 

D 23.0 ug/L 

DU < 20.0 ug/L 

DU < 65.0 ug/L 

DU < 20.0 ug/L 

DU < 30.0 ug /L 

DU < 60.0 ug /L 

D 93.9 ug /L 

w DF=Dilution Factor 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits. (inorg) 

U - Analyzed for but not detected above limiting criteria. 
.,:. • - Indicates results that have NOT been valida ted; a Report WGPP/ver. 5.2 
a, Groundwater Remediation Program 
w 

+ - Indicates more than six qualifier symbols 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .21 

10.00 1.1 

10.00 0 .099 

10.00 0 .36 

10.00 0 .32 

10.00 0 .77 

5.00 2.6e + 02 

5.00 1.2e + 02 

5.00 2.5e + 02 

5.00 20 

5.00 20 

5.00 8.5e + 02 

5.00 25 

5.00 2.6e + 02 

5.00 2.8e + 02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C - The Analyte was found in the Associated Blank.(inorg) 

D • Analyte was identified at a secondary dilution factor(inorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

X • Other flags/notes described in the comments/narrative(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07/03/08 

07/03/08 

07/03108 

07103/08 

07/03108 

07/23/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28108 

07128/08 

07128/08 

07128/08 

07/28/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02069 
Client ID: BlVWD2 

Test Performed CAS # 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 D 3.55e+04 ug /L 

LA-505-411 DU < 225 ug/L 

LA-505-411 DU < 25 .0 ug/L 

LA-505-411 D 149 ug/L 

LA-505-41 1 DU < 390 ug/L 

B - The analyte < the AOL but > = the IDL/MOL linorg) 

D - Analyte was identified at a secondary dilution factor 

N · Spike sample recovery is outside control limits .linorgJ 

U · Analyzed for but not detected above limiting criteria . 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5.00 3.6e + 02 

5 .00 2.2e + 02 

5 .00 25 

5.00 20 

5 .00 3.9e+02 

C . The Analyte was found in the Associated Blank .(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

X • Other flags/notes described in the comments/narrative(inorg) 

<J1 • - Indicates results that have NOT been validated ; + • Indicates more than six quali fier symbols 

0 Repon WGPP!ver. 5.2 
-;;; Groundwater Remediation Program 
w 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07/28 /08 

07/28 /08 

07/28/08 

Page 25 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02070 
Client ID: B1VWD3 TRENT Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 DU < 0 .210 mg/L 

Chloride 16887-00-6 LA-533-410 DU < 1.10 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0.0990 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 DU < 0.360 mg/L 

Phosphate (P) by IC P04-P LA-533-410 DU < 0.320 mg/L 

Sulfate 14808-79-8 LA-533-410 BD 5.88 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd 820 P 
Aluminum 7429-90-5 LA-505-411 DU < 260 ug/L 

Iron 7439-89-6 LA-505-411 DU < 125 ug/L 

Magnesium 7439.95.4 LA-505-411 D 3.41e + 03 ug/L 

Manganese 7439-96-5 LA-505-411 DU < 20.0 ug/L 

Nickel 7440-02-0 LA-505-411 DU < 20.0 ug/L 

Potassium 7440-09-7 LA-505-411 D 874 ug/L 

Silver 7440-22-4 LA-505-411 DU < 25.0 ug/L 

Sodium 7440-23-5 LA-505-411 CD 3.16e+03 ug/L 

Antimony 7440-36-0 LA-505-411 DU < 280 ug/L 

Barium 7440-39-3 LA-505-411 DU < 20.0 ug/L 

Cadmium 7440-43-9 LA-505-411 DU < 20.0 ug/L 

Chromium 7440-47-3 LA-505-411 DU < 65.0 ug/L 

Cobalt 7440-48-4 LA-505-411 DU < 20.0 ug/L 

Copper 7440-50-8 LA-505-411 DU < 30.0 ug/L 

Vanadium 7440-62-2 LA-505-411 DU < 60.0 ug/L 

Zinc 7440-66-6 LA-505-411 DU < 45.0 ug/L 

MDL=Minimum Detection Limit B • The analyte < the RDL but > = the IDL/MDL (inorg) 

RQ=Result Qualifier D • Analyte was identified at a secondary dilution factor 

TP Err=Total Propagated Error N • Spike sample recovery is outside control limits .(inorg) 

DF=Dilution Factor U • Analyzed for but not detected above limiting criteria . 

~ • · Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

0 Report WGPP/ver. 5.2 
"""" Groundwater Remediation Program 
en 
(,..) 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

10.00 0 .21 

10.00 1.1 

10.00 0 .099 

10.00 0 .36 

10.00 0.32 

10.00 0 .77 

5.00 2.6e +02 

5.00 1.2e +02 

5.00 2.5e + 02 

5.00 20 

5.00 20 

5.00 8.5e + 02 

5.00 25 

5.00 2.6e +02 

5.00 2.8e + 02 

5.00 20 

5.00 20 

5.00 65 

5.00 20 

5.00 30 

5.00 60 

5.00 45 

C . The Analyte was found in the Associated Blank .(inorg) 

D - Analyte was identified at a secondary dilution f actor(inorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

X . Other flags/notes described in the comments/narrative(inorg) 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/23/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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Attention: Steve Trent 
SAF Number:F06-027 
Sample# W08GR02070 
Client ID: BIVWD3 

Test Performed CAS# 
Calcium 7440-70-2 

Lead 7439-92-1 

Molybdenum 7439-98-7 

Strontium 7440-24-6 

Arsenic 7440-38-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF = Dilution Factor 

WSCF 
ANALYTICAL RESULTS REPORT 

TRENT Matrix: 
WSCF 

Method RQ Result Unit 
LA-505-411 D 1.78e +04 ug/L 

LA-505-411 DU < 225 ug/L 

LA-505-411 DU < 25.0 ug/L 

LA-505-411 D 78.6 ug/L 

LA-505-411 DU < 390 ug/L 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor 

N - Spike sample recovery is outside control limits .(inorg) 

U - Analyzed for but not detected above limiting criteria . 

TP Err 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
5 .00 3.6e+02 

5.00 2.2e+02 

5.00 25 

5.00 20 

5.00 3.9e+02 

C - The Analyte was found in the Associated Blank .(inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

X - Other flags/notes described in the comments/narrative(inorg) 

....... • - Indicates results that have NOT been validated ; + - Indicates more than six qualifier symbols 

O Repon WGPP/ver. 5.2 
;; Groundwater Remediation Program 
w 

WSCF20081332 
Inorganic 
07/02/08 
07/02/08 

Analysis Date 
07/28/08 

07/28/08 

07/28/08 

07/28/08 

07/28/08 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081332 
Matrix: WATER 
Test: Anions by Ion Chromatography 

QC 
Type Analyte CAS# 

Lab ID: W08GR01950 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Chloride 

OUP Fluoride 

OUP Nitrogen in Nitrite 

OUP Nitrogen in Nitrate 

OUP Phosphate (Pl by IC 

OUP Sulfate 

MS Chloride 

MS Fluoride 

MS Nitrogen in Nitrite 

MS Nitrogen in Nitrate 

MS Phosphate (Pl by IC 

MS Sulfate 

MSO Chloride 

MSO Fluoride 

MSO Nitrogen in Nitrite 

MSO Nitrogen in Nitrate 

MSO Phosphate (Pl by IC 

MSO Sulfate 

SPK-RPO Chloride 

SPK-RPO Fluoride 

SPK-RPO Nitrogen in Nitrite 

SPK-RPO Nitrogen in Nitrate 

SPK-RPO Phosphate (Pl by IC 

SPK-RPO Sulfate 

Report w13gq/rev .4.2 p 

31 -jul-2008 16:14:51 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

P04-P 

14808-79-8 

Lower Upper 
QC Found QC Yield Units Limit Limit 

1 .567 RPO 

< 0 .21 RPO 

< 9.9e-2 RPO 

<0.36 RPO 

1.5985 RPO 

7.9198 RPO 

0.86725 87.161 % Recov 80.000 120.000 

0.46492 94.304 % Recov 80.000 120.000 

0.46604 94.724 % Recov 80.000 120.000 

0.43899 98.428 % Recov 80.000 120.000 

0.94406 98.648 % Recov 80.000 120.000 

1.80582 92.134 % Recov 80.000 120.000 

0 .85631 86.061 % Recov 80.000 120.000 

0.46206 93.724 % Recov 80.000 120.000 

0.46075 93.648 % Recov 80.000 120.000 

0.44339 99.415 % Recov 80.000 120.000 

0.96803 101.153 % Recov 80.000 120.000 

1.86 94.898 % Recov 80.000 120.000 

86.061 RPO 

93.724 RPO 

93.648 RPO 

99.415 RPO 

101 .153 RPO 

94.898 RPO 

Department: Inorganic 

Sample Date: 06/29/08 
Receive Date:06/30/08 

RPD Analysis 
RPO(%) Limit RQ Date 

27.042 20.000 • 07 /02/08 

n/a 20.000 u 07 /02/08 

n/a 20.000 u 07102/08 

n/a 20.000 u 07 /02/08 

1.472 20 .000 07/02/08 

0 .029 20.000 07/02/08 

07/02/08 

07/02/08 

07/02/08 

07 /02/08 

07 /02/08 

07/02/08 

07/02/08 

07/02/08 

0 7/02/08 

07/02/08 

07/02 /08 

07/02/08 

1.270 20.000 07 /02/08 

0 .617 20.000 07 /02/08 

1.142 20.000 07/02/08 

0.998 20.000 07 /02/08 

2.507 20.000 07/02/08 

2.956 20.000 0 7/02/08 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 06/30/08 
Test: Anions by Ion Chromatography Receive Date:06/30/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W08GR01984 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Chloride 16887-00-6 11 .2527 RPD 1.254 20.000 07 /02/08 

DUP Fluoride 16984-48-8 < 0 .21 RPD n/a 20.000 u 07 /02/08 

DUP Nitrogen in Ni trite N02-N <9.9e-2 RPD n/a 20.000 u 07 /02/08 

DUP Nitrogen in Nitrate N03-N < 0 .36 RPO n/a 20.000 u 07/02/08 

OUP Phosphate (P) by IC P04-P 10.8251 RPO 0 .221 20.000 07/02/08 

OUP Sulfate 14808-79-8 12.6717 RPO 1.540 20.000 07/02/08 

MS Chloride 16887-00-6 0 .96441 96 .926 % Recov 80.000 120.000 07/02/08 

MS Fluoride 16984-48-8 0 .531 107.708 % Recov 80.000 120.000 07/02/08 

MS Nitrogen in Nitrite N02-N 0 .48029 97.620 % Recov 80.000 120.000 07/02/08 

MS Nitrogen in Nitrate N03-N 0.44312 99.354 % Recov 80.000 120.000 07/02/08 

MS Phosphate IP) by IC P04-P 0 .96489 100.824 % Recov 80.000 120.000 07/02/08 

MS Sulfate 14808-79-8 1.83014 93.374 % Recov 80.000 120.000 07/02/08 

MSD Chloride 16887-00-6 0 .94424 94.898 % Recov 80.000 120.000 07/02/08 

MSO Fluoride 16984-48-8 0.51658 104.783 % Recov 80.000 120.000 07/02/08 

MSO Nitrogen in Nitrite N02-N 0 .46138 93.776 % Recov 80.000 120.000 07/02/08 

MSO Nitrogen in Nitrate N03-N 0.43229 96.926 % Recov 80.000 120.000 07/02/08 

MSO Phosphate (Pl by IC P04-P 0 .96287 100.613 % Recov 80.000 120.000 07/02 /08 

MSO Sulfate 14808-79-8 1.85498 94.642 % Recov 80.000 120.000 07/02/08 

SPK-RPD Chloride 16887-00-6 94 .898 RPO 2.114 20.000 07/02/08 

SPK -RPO Fluoride 16984-48-8 104.783 RPO 2.753 20.000 0 7/02/08 

SPK-RPD Nitrogen in Nitrite N02-N 93.776 RPO 4.017 20.000 07/02/08 

SPK-RPD Nitrogen in Nitrate N03-N 96 .926 RPO 2.474 20.000 07/02/08 

SPK-RPD Phosphate IP) by IC P04-P 100.613 RPO 0 .209 20.000 07/02/08 

SPK-RPD Sulfate 14808-79-8 94.642 RPO 1.349 20.000 07/02/08 

BATCH QC 
BLANK Chloride 16887-00-6 < 0 .11 n/a mg/L 0 .000 0 .030 u 07/02/08 

(..) 
U) Report w1 3gq/rev.4 .2 p 2 

0 31 -jul-2008 16:14:51 
-ti 
c,, 
(..) 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 
Test: Anions by Ion Chromatography Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
BLANK Chloride 16887-00-6 < 0.11 n/a mg/L 0 .000 0 .030 u 07 /02 /08 

BLANK Chloride 16887-00-6 < 0.11 n/a mg/L 0.000 0 .030 u 07 /02/08 

BLANK Fluoride 16984-48-8 < 2.1e-2 n/a mg/L 0.000 0 .030 u 07/02/08 

BLANK Fluoride 16984-48-8 < 2. 1e-2 n/a mg/L 0 .000 0.030 u 07 /02/08 

BLANK Fluoride 16984-48-8 < 2.1e-2 n/a mg/L 0 .000 0 .030 u 07 /02/08 

BLANK Nitrogen in Nitrite N02-N < 9 .9e-3 n/a mg/L 0 .000 0 .020 u 07 /02 /08 

BLANK Nitrogen in Nitrite N02-N < 9.9e-3 n/a mg/L 0 .000 0 .020 u 07 /02 /08 

BLANK Nitrogen in Nitrite N02-N < 9.9e-3 n/a mg /L 0 .000 0.020 u 07 /02/0B 

BLANK Nitrogen in Nitrate N03-N < 3.6e-2 n/a mg /L 0 .000 0 .040 u 07 /02 /08 

BLANK Nitrogen in Nitrate N03-N < 3 .6e-2 n/a mg /L 0 .000 0.040 u 07/02 /08 

BLANK Nitrogen in Nitrate N03-N < 3.6e-2 n/a mg/L 0.000 0 .040 u 07/02/08 

BLANK Phosphate (Pl by IC P04-P < 3.2e-2 n/a mg/L 0.000 0 .200 u 07/02/08 

BLANK Phosphate (Pl by IC P04-P < 3.2e-2 n/a mg/L 0 .000 0 .200 u 07/02/08 

BLANK Phosphate IPI by IC P04-P < 3.2e-2 n/a mg/L 0.000 0 .200 u 07/02/0B 

BLANK Sulfate 14808-79-8 < 7.7e-2 n/a mg /L 0.000 0 .200 u 07 /02/08 

BLANK Sulfate 14808-79-8 < 7.7e-2 n/a mg /L 0 .000 0 .200 u 07/02/08 

BLANK Sulfate 14808-79-8 < 7. 7e-2 n/a mg/L 0 .000 0.200 u 07/02/08 

LCS Chloride 16887-00-6 197.8371 98.426 % Recov 80.000 120.000 07/02/08 

LCS Chloride 16887-00-6 199.0636 99.037 % Recov 80.000 120.000 07/02/08 

LCS Fluoride 16984-48-8 106.1092 106.535 % Recov BO.ODO 120.000 07 /02/08 

LCS Fluoride 16984-48-8 106.3575 106.785 % Recov 80.000 120.000 07/02/08 

LCS Nitrogen in Nitrite N02-N 100.3569 100.963 % Recov BO.ODO 120.000 07/02/08 

LCS Nitrogen in Nitrite N02-N 100.7291 101 .337 % Recov 80.000 120.000 07/02/08 

LCS Nitrogen in Nitrate N03-N 92.9185 103.128 % Re cov 80.000 120.000 07/02/08 

LCS Nitrogen in Nitrate N03-N 93.0493 103.273 % Recov 80.000 120.000 07 /02/08 

LCS Phosphate (Pl by IC P04-P 201.4025 104.138 % Recov 80.000 120.000 07/02/08 

LCS Phosphate (Pl by IC P04-P 203.173 105.053 % Recov 80.000 120.000 07 /02/08 

LCS Sulfate 14808-79-8 385.5274 97.355 % Recov 80.000 120.000 07 /02/0B 

LCS Sulfate 14808-79-8 389 .0958 98 .257 % Recov 80.000 120.000 07/02/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 07 /01/08 
Test: Anions by Ion Chromatography Receive Date:07 /01/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W08GR02037 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Chloride 16887-00-6 5 .7667 RPO 0.884 20.000 07/03/08 

OUP Fluoride 16984-48-8 < 0.21 RPO n/a 20.000 u 07/03/08 

OUP Nitrogen in Nitrite N02-N < 9 .9e-2 RPO n/a 20.000 u 07 /03108 

OUP Nitrogen in Nitrate N03-N < 0 .36 RPO n/a 20.000 u 07/03/08 

OUP Phosphate (P) by IC P04-P 17.6105 RPO 0 .916 20.000 07/03/08 

OUP Sulfate 14808-79-8 5.9052 RPO 2.053 20.000 07 /03/08 

MS Chloride 16887-00-6 0 .90145 90.598 % Recov 80.000 120.000 07 /03/08 

MS Fluoride 16984-48-8 0 .48158 97 .684 % Recov 80.000 120.000 07 /03108 

MS Nitrogen in Nitrite N02-N 0 .4686 95.244 % Recov 80.000 120.000 07103108 

MS Nitrogen in Nitrate N03-N 0.45449 101 .904 % Recov 80.000 120.000 07103/08 

MS Phospha te (P) by IC P04-P 0.97884 102.282 % Recov 80.000 120.000 07103108 

MS Sulfate 14808-79-8 1.75139 89.357 % Recov 80.000 120.000 07103/08 

MSO Chloride 16887-00-6 0 .91047 91 .505 % Recov 80.000 120.000 07103/08 

MSO Fluoride 16984-48-8 0 .48537 98.452 % Recov 80 .000 120.000 07103/08 

MSO Nitrogen in Nitrite N02-N 0.47004 95 .537 % Recov 80.000 120.000 07/03108 

MSO Nitrogen in Nitrate N03-N 0 .45661 102.379 % Recov 80.000 120.000 07/03108 

MSO Phosphate (P) by IC P04-P 0 .95276 99 .557 % Recov 80.000 120.000 07/03/08 

MSO Sulfate 14808-79-8 1.74055 88 .804 % Recov 80.000 120.000 07/03/08 

SPK-RPO Chloride 16887-00-6 91 .505 RPO 0 .996 20.000 07/03/08 

SPK-RPO Fluoride 16984-48-8 98 .452 RPO 0.783 20.000 07/03/08 

SPK-RPO Nitrogen in Nitrite N02-N 95 .537 RPO 0 .307 20.000 07/03/08 

SPK-RPD Nitrogen in Nitrate N03-N 102.379 RPO 0 .465 20.000 07/03/08 

SPK-RPD Phosphate (P) by IC P04-P 99 .557 RPO 2.700 20.000 07 /03/08 

SPK-RPD Sulfate 14808-79-8 88 .804 RPO 0.621 20.000 07 /03/08 

Lab ID: W08GR02065 
BATCH QC ASSOCIATED WITH SAMPLE 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 07 /02/08 
Test: Anions by Ion Chromatography Receive Date:07 /02/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
OUP Chloride 16887-00-6 < 1.1 RPO n/a 20.000 u 07/03/08 

OUP Fluoride 16984-48-8 < 0.21 RPO n/a 20.000 u 07/03/08 

OUP Nitrogen in Nitri te N02-N < 9.9e-2 RPO n/a 20.000 u 07/03/08 

OUP Nitrogen in Nitrate N03-N < 0-36 RPO n/a 20.000 u 07/03/08 

OUP Phosphate (P) by IC P04-P 0-3639 RPO 1.986 20 _000 07/03/08 

OUP Sulfate 14808-79-8 6.0586 RPO 0 _274 20.000 07/03/08 

MS Chloride 16887-00-6 0.93846 94.3 18 % Recov 80.000 120.000 07 /03/08 

MS Fluoride 16984-48-8 0 .43032 87.286 % Reco v 80.000 120 .000 07/03/08 

MS Nitrogen in Nitrite N02-N 0 ,45897 93. 287 % Recov 80.000 120.000 07/03/08 

MS Nitrogen in Nitrate N03-N 0.43772 98.143 % Recov 80 .000 120.000 07/03/08 

MS Phosphate (P) by IC P04-P 0 ,86205 90 .078 % Recov 80.000 120.000 07/03/08 

MS Sulfate 14808-79-8 1.74538 89.050 % Recov 80.000 120.000 07/03/08 

MSO Chloride 16887-00-6 0 .93768 94.239 % Recov 80.000 120.000 07/03/08 

MSO Fluoride 16984-48-8 0.43225 87.677 % Recov 80.000 120.000 07/03/08 

MSO Nitrogen in Nitrite N02-N 0 .45824 93 .138 % Re cov 80 .000 120.000 07/03/08 

MSO Nitrogen in Nitrate N03-N 0 .43876 98.377 % Recov 80.000 120.000 07/03/08 

MSO Phosphate (P) by IC P04-P 0.86722 90.619 % Recov 80.000 120.000 07/03/08 

MSO Sulfate t 4808-79-8 1.72631 88 .077 % Recov 80.000 120.000 07 /03/08 

SPK-RPO Chloride 16887-00-6 94.239 RPO 0 .084 20.000 07/03/08 

SPK-RPO Fluoride 16984-48-8 87.677 RPO 0.447 20.000 07/03/08 

SPK-RPO Nitrogen in Nitrite N02-N 93.138 RPO 0 .160 20.000 0 7/03/08 

SPK-RPO Nitrogen in Nitrate N03-N 98.377 RPO 0 .238 20.000 07/03/08 

SPK-RPO Phosphat e (P) by IC P04-P 90.619 RPO 0 .599 20.000 07/03/08 

SPK-RPO Sulfate 14808-79-8 88.077 RPO 1.099 20.000 07/03/08 

BATCH QC 
BLANK Chloride 16887-00-6 < 0 .11 n/a mg/L 0.000 0 .030 u 07/03/08 

BLANK Chloride 16887-00-6 < 0 .11 n/a mg/L 0.000 0 .030 u 07/03/08 

BLANK Chloride 16887-00-6 < 0 .11 n/a mg/L 0.000 0 .030 u 07/03/08 

BLANK Fluoride 16984-48-8 < 2. 1e-2 n/a mg/L 0 .000 0 .030 u 07/03/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 
Test: Anions by Ion Chromatography Receive Date: 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
BLANK Fluoride 16984-48-8 < 2.le-2 n/a mg/L 0 .000 0.030 u 07/03/08 

BLANK Fluoride 16984-48-8 < 2.1e-2 n/a mg /L 0 .000 0 .030 u 07/03/08 

BLANK Nitrogen in Nitrite N02-N < 9.9e-3 n/a mg/L 0 .000 0 .020 u 07/03/08 

BLANK Nitrogen in Nitrite N02-N < 9 .9e-3 n/a rng/L 0 .000 0.020 u 07/03/08 

BLANK Nitrogen in Nitrite N02-N < 9 .9e-3 n/a mg/L 0 .000 0.020 u 07/03/08 

BLANK Nitrogen in Nitrate N03-N < 3.6e-2 n/a mg/L 0 .000 0 .040 u 07 /03/08 

BLANK Nitrogen in Nitrate N03-N < 3 .6e-2 n/a mg/L 0 .000 0 .040 u 07/03/08 

BLANK Nitrogen in Nitrate N03-N < 3.6e-2 n/a mg/L 0.000 0 .040 u 07/03/08 

BLANK Phosphate (P} by IC P04-P < 3.2e-2 n/a mg/L 0 .000 0 .200 u 07/03/08 

BLANK Phosphate (P} by IC P04-P < 3.2e-2 n/a mg/L 0 .000 0.200 u 07/03/08 

BLANK Phosphate (P} by IC P04-P < 3.2e-2 n/a mg/L 0 .000 0.200 u 07/03/08 

BLANK Sulfate 14808-79-8 < 7.7e-2 n/a mg/L 0 .000 0.200 u 07/03/08 

BLANK Sulfate 14808-79-8 < 7.7e-2 n/a mg /L 0 .000 0.200 u 07/03/08 

BLANK Sulfate 14808-79-8 < 7.7e-2 n/a mg/L 0 .000 0.200 u 07/03/08 

LCS Chloride 16887-00-6 193.6552 96.346 % Recov 80.000 120.000 07/03/08 

LCS Chloride 16887-00-6 193.8002 96 .418 % Recov 80.000 120.000 07/03/08 

LCS Fluoride 16984-48-8 104.5897 105.010 % Recov 80.000 120.000 07/03/08 

LCS Fluoride 16984-48-8 104.1496 104.568 % Recov 80.000 120.000 07/03/08 

LCS Nitrogen in Nitrite N02-N 101 .3258 101 .937 % Recov 80.000 120.000 07/03/08 

LCS Nitrogen in Nitrite N02-N 102.1037 102. 720 % Recov 80.000 120.000 07/03/08 

LCS Nitrogen in Nitrate N03-N 92 .9172 103.127 % Recov 80.000 120.000 07/03/08 

LCS Nit1ogen in Nitrate N03-N 93.6692 103.961 % Recov 80.000 120.000 07/03 /08 

LCS Phosphate (Pl by IC P04-P 195.9409 101 .314 % Recov 80.000 120.000 07/03/08 

LCS Phosphate (P} by IC P04-P 197.0126 101 .868 % Recov 80.000 120.000 07/03/08 

LCS Sulfate 14808-79-8 373.3805 94.288 % Recov 80.000 120.000 07/03/08 

LCS Sulfate 14808-79-8 375 .9033 94.925 % Recov 80.000 120.000 07/03/08 

Lab ID: W08GR02036 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Chloride 16887-00-6 11.379 RPO 1.198 20.000 07/03/08 
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WSCF ANALYTICAL LABO RA TORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 07/01/08 
Test: Anions by Ion Chromatography Receive Date:07 /01/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
OUP Fluoride 16984-48-8 < 0 .21 RPO n/a 20.000 u 07/03/08 

OUP Nitrogen in Nitrite N02-N < 9.9e-2 RPO n/a 20.000 u 07/03/08 

OUP Nitrogen in Nitrate N03-N < 0.36 RPO n/a 20.000 u 07/03/08 

OUP Phosphate (Pl by IC P04-P 27.4982 RPO 1.010 20.000 07/03/08 

OUP Sulfate 14808-79-8 11 .0691 RPO 2.069 20.000 07/03/08 

MS Chloride 16887-00-6 0 .91931 92.393 % Recov 80.000 120.000 07/03/08 

MS Fluoride 16984-48-8 0 .50926 103.298 % Recov 80.000 120.000 07/03/08 

MS Nitrogen in Nitrite N02-N 0.46452 94.415 % Recov 80.000 120.000 07/03/08 

MS Nitrogen in Nitrate N03-N 0 .43212 96.888 % Recov 80.000 120.000 07/03/08 

MS Phosphate <Pl by IC P04-P 0.92167 96.308 % Re cov 80.000 120.000 07 /03/08 

MS Sulfate 14808-79-8 1.80741 92.2 15 % Recov 80.000 120.000 07/03/08 

MSO Chloride 16887-00-6 0 .92296 92.760 % Recov 80.000 120.000 07/03/08 

MSO Fluoride 16984-48-8 0 .51752 104.974 % Recov 80.000 120.000 07 /03/08 

MSO Nitrogen in Nitrite N02-N 0 .46873 95 .270 % Recov 80.000 120.000 07 /03 /08 

MSO Ni trogen in Nitrate N0 3-N 0 .43003 96.419 % Recov 80.000 120.000 07/03/08 

MSO Phosphate IP) by IC P04-P 0.9385 98.067 % Recov 80.000 120.000 07/03/08 

MSO Sulfate 14808-79-8 1.83556 93.651 % Recov 80.000 120.000 07 /03/08 

SPK-RPO Chloride 16887-00-6 92.760 RPO 0 .396 20.000 07/03/08 

SPK-RPO Fluoride 16984-48-8 104.974 RPO 1.609 20.000 07/03/08 

SPK-RPO Nitrogen in Nitrite N02-N 95.270 RPO 0 .901 20.000 07/0 3/08 

SPK-RPO Nitrogen in Nitrate N03-N 96.419 RPO 0.485 20.000 07/03/08 

SPK-RPO Phosphate (Pl by IC P04-P 98.067 RPO 1.810 20.000 07/03/08 

SPK-RPO Sulfate 14808-79-8 93.651 RPO 1.545 20.000 07/03/08 

Lab ID: W08GR02070 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Chloride 16887-00-6 < 1. 1 RPO n/a 20.000 u 07/03/08 

OUP Fluoride 16984-48-8 < 0.21 RPO n/a 20.000 u 07/03/08 

OUP Nitrogen in Nitrite N02-N < 9.9e-2 RPO n/a 20.000 u 07/03/08 

OUP Nitrogen in Nitrate N03-N < 0 .36 RPO n/a 20.000 u 07/03/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix : WATER Sample Date: 07 /02/08 
Test: Anions by Ion Chromatography Receive Date:07 /02/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
OUP Phosphate (P) by IC PO4-P < 0 .32 RPO n/a 20.000 u 07 /03/08 

OUP Sulfate 14808-79-8 6.0903 RPO 3.459 20.000 07/03/08 

MS Chloride 16887-00-6 0 .99373 99 .872 % Recov 80.000 120.000 07/03/08 

MS Fluoride 16984-48-8 0 .43011 87.243 % Recov 80.000 120.000 07 /03/08 

MS Nitrogen in Nitrite N02-N 0.45758 93.004 % Recov 80.000 120.000 07/03/08 

MS Nitrogen in Nitrate N03-N 0 .44292 99.309 % Recov 80.000 120.000 07/03/08 

MS Phosphate (P) by IC P04-P 0 .91454 95 .563 % Recov 80.000 120.000 07 /03/08 

MS Sulfate 14808-79-8 1.78168 90.902 % Recov 80.000 120.000 07/03/08 

MSO Chloride 16887-00-6 1.00364 100.868 % Recov 80.000 120.000 07 /03/08 

MSO Fluoride 16984-48-8 0.43048 87.318 % Recov 80.000 120.000 07/03/08 

MSO Nitrogen in Nitrite N02-N 0.46532 94.577 % Recov 80.000 120.000 07 /03/08 

MSO Nitrogen in Nitrate N03-N 0.45007 100.913 % Recov 80.000 120.000 07 /03/08 

MSO Phosphate (P) by IC P04-P 0 .9195 96 .082 % Recov 80.000 120.000 07/03/08 

MSO Sulfate 14808-79-8 1.79475 91 .569 % Recov 80.000 120.000 07/03/08 

SPk-RPD Chloride 16887-00-6 100.868 RPO 0.992 20.000 07/03/08 

SPk-RPD Fluoride 16984-48-8 87 .318 RPO 0.086 20.000 07 /03/08 

SPk-RPO Nit rog en in Nitrite N02-N 94 .577 RPO 1.677 20.000 07 /03/08 

SPk-RPD Nitrogen in Nitrate N03-N 100.913 RPO 1.602 20.000 07/03/08 

SPk-RPD Phosphate W) by IC P04-P 96.082 RPO 0 .542 20.000 07/03/08 

SPk-RPO Sulfate 14808-79-8 91 .569 RPO 0 .731 20 .000 07/03/08 

BATCH QC 
BLANK Chloride 16887-00-6 < 0 . 11 n/a mg/L 0 .000 0.030 u 07 /03/08 

BLANK Chloride 16887-00-6 < 0 . 11 n/a mg/L 0.000 0 .030 u 07 /03/08 

BLANK Chloride 16887-00-6 < 0 .11 n/a mg/L 0.000 0 .030 u 07 /03/08 

BLANK Fluoride 16984-48-8 < 2 .1e-2 n/a mg/L 0 .000 0 .030 u 07 /03/08 

BLANK Fluoride 16984-48-8 < 2.1e-2 n/a mg/L 0 .000 0 .030 u 07 /03/08 

BLANK Fluoride 16984-48-8 < 2.1e-2 n/a mg/L 0.000 0 .030 u 07 /03/08 

BLANK Nitrogen in Nitrite N02-N < 9 .9e-3 n/a mg/L 0 .000 0 .020 u 07/03/08 

BLANK Nitrogen in Nitrite N02-N < 9 .9e-3 n/a mg/L 0 .000 0 .020 u 07/03/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 
Test: Anions by Ion Chromatography Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
BLANK Nitrogen in Nitrite N02-N <9.9e-3 n/a mg/L 0 .000 0 .020 u 07/03/08 

BLANK Nitrogen in Nitrate N03-N < 3.6e-2 n/a mg/L 0 .000 0 .040 u 07/03/08 

BLANK Nitrogen in Nitrate N03-N <3.6e-2 n/a mg /L 0 .000 0 .040 u 07/03/08 

BLANK Nitrogen in Nitrate N03-N <3 .6e-2 n/a mg/L 0.000 0 .040 u 07 /03/08 

BLANK Phosphate (Pl by IC P04-P <3.2e-2 n/a mg/L 0.000 0 .200 u 07/03/08 

BLANK Phosphate (Pl by IC P04-P <3.2e-2 n/a mg/L 0 .000 0.200 u 07/03/08 

BLANK Phosphate (Pl by IC P04-P <3.2e-2 n/a mg/L 0 .000 0 .200 u 07/03/08 

BLANK Sulfate 14808-79-8 < 7.7e -2 n/a mg /L 0 .000 0 .200 u 07/03/08 

BLANK Sulfate 14808-79-8 <7.7e-2 n/a mg/L 0 .000 0 .200 u 07/03/08 

BLANK Sulfate 14808-79-8 <7.7e-2 n/a mg/L 0 .000 0.200 u 07/03/08 

LCS Chloride 16887-00-6 191.6001 95.323 % Recov 80.000 120.000 07/03/0!, 

LCS Chloride 16887-00-6 194.7435 96.887 % Recov 80.000 120.000 07 /03/08 

LCS Fluoride 16984-48-8 104.6103 105.030 % Recov 80.000 120.000 07 /03/08 

LCS Fluoride 16984-48-8 101 .5595 101 .967 % Recov 80.000 120.000 07 /03/08 

LCS Nitrogen in Nitrite N02-N 99.2777 99.877 % Recov 80.000 120.000 07 /03/08 

LCS Nitrogen in Nitrite N02-N 95 .8061 96.384 % Recov 80.000 120.000 07 /03 /08 

LCS Nitrogen in Nitrate N03-N 91 .9648 102.070 % Recov 80.000 120.000 07 /03/08 

LCS Nitrogen in Nitrate N03-N 100.452 111 .489 % Recov 80.000 120.000 07/03 /08 

LCS Phosphate (Pl by IC P04-P 194.5616 100.601 % Recov 80.000 120.000 07/03/08 

LCS Phosphate (PJ by IC P04-P 189. 1732 97 .814 % Recov 80.000 120.000 07 /03 /08 

LCS Sulfate 14808-79-8 364. 7718 92.114 % Recov 80.000 120.000 07 /03/08 

LCS Sulfate 14808-79-8 379 .1202 95 .737 % Recov 80.000 120.000 07/03/08 

Lab ID: W08GR02030 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Chloride 16887-00-6 54.3086 RPO 0 .632 20.000 07 /03/08 

DUP Fluoride 16984-48-8 < 0 .21 RPO n/a 20-000 u 07/03/08 

DUP Nitrogen in Nitrite N02-N <9.9e-2 RPO n/a 20_000 u 07 /03/08 

DUP Nitrogen in Nitrate N03-N <0.36 RPO n/a 20.000 u 07 /03/08 

DUP Phosphate (Pl by IC P04-P 13.3473 RPO 0.422 20.000 07/03/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 07/01/08 
Test: Anions by Ion Chromatography Receive Date:07 /01/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
DUP Sulfate 14808-79-8 15.3625 RPO 3.456 20.000 07/03/08 

MS Chloride 16887-00-6 0.92117 92.580 % Recov 80.000 120.000 07/03/08 

MS Fluoride 16984-48-8 0.45936 93 .176 % Recov 80.000 120.000 07/03/08 

MS Nitrogen in Nitrite N02-N 0.46309 94. 124 % Recov 80.000 120.000 07/03/08 

MS Nitrogen in Nitrate N03-N 0.43429 97.374 % Recov 80.000 120.000 07/03/08 

MS Phosphate (Pl by IC P04-P 1.0241 107.011 % Recov 80.000 120.000 07/03/08 

MS Sulfate 14808-79-8 1.91564 97 .737 % Recov 80.000 120.000 07/03/08 

MSD Chloride 16887-00-6 0.83737 84.158 % Recov 80.000 120.000 07/03/08 

MSD Fluoride 16984-48-8 0.44168 89 .590 % Recov 80.000 120.000 07/03/08 

MSD Nitrogen in Nitrite N02-N 0.44884 91.228 % Recov 80.000 120.000 07/03/08 

MSO Nitrogen in Nitrate N03-N 0.43627 97.818 % Recov 80.000 120.000 07/03/08 

MSO Phosphate (Pl by IC P04-P 1.02128 106.717 % Recov 80.000 120.000 07/03/08 

MSO Sulfate 14808-79-8 1.92682 98.307 % Recov 80.000 120.000 07/03/08 

SPK-RPD Chloride 16887-00-6 84.158 RPO 9.530 20.000 07/03/08 

SPK-RPD Fluoride 16984-48-8 89 .590 RPO 3.924 20.000 07/03/08 

SPK-RPD Nitrogen in Nitrite N02-N 91 .228 RPO 3.125 20.000 07/03/08 

SPK-RPD Nitrogen in Nitrate N03-N 97 .818 RPO 0.455 20.000 07/03/08 

SPK-RPO Phosphate (Pl by IC P04-P 106.717 RPO 0.275 20.000 07/03/08 

SPK-RPD Sulfate 14808-79-8 98.307 RPO 0.582 20.000 07/03/08 

Lab ID: W08GR02063 
BATCH QC ASSOCIATED WITH SAMPLE 
DUP Chloride 16887-00-6 35.1737 RPO 0.540 20.000 07 /03/08 

OUP Fluoride 16984-48-8 < 0 .21 RPO n/a 20.000 u 07/03/08 

OUP Nitrogen in Nitrite N02-N < 9 .9e-2 RPO n/a 20.000 u 07/03/08 

DUP Nitrogen in Nitrate N03-N < 0 .36 RPO n/a 20.000 u 07/03/08 

OUP Phosphate (Pl by IC P04-P 20.3172 RPO 0 .800 20.000 07/03/08 

OUP Sulfate 14808-79-8 16.1063 RPO 0.825 20.000 07/03/08 

MS Chloride 16887-00-6 0 .98319 98 .813 % Recov 80 .000 120.000 07 /03/08 

MS Fluoride 16984-48-8 0.43094 87 .412 % Recov 80.000 120.000 07/03/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Nwnber: WSCF20081332 
Matrix: WATER Sample Date: 07 /02/08 
Test: Anions by Ion Chromatography Receive Date:07 /02/08 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
MS Nitrogen in Nitrite N02-N 0.4637 94.248 % Recov 80.000 120.000 07/03/08 

MS Nitrogen in Nitrate N03-N 0 .44342 99 .422 % Recov 80.000 120.000 07/03/08 

MS Phosphate (Pl by IC P04-P 1.10837 115.817 % Recov 80.000 120.000 07/03/08 

MS Sulfate 14808-79-8 2.0102 102.561 % Recov 80,000 120.000 07/03/08 

MS• Chloride 16887-00-6 0.91202 91 .660 % Recov 80.000 120.000 07/03/08 

MS• Fluoride 16984-48-8 0 .46032 93.371 % Recov 80.000 120.000 07/03/08 

MS• Nitrogen in Nitrite N02-N 0.46857 95 .238 % Recov 80.000 120.000 07 /03 /08 

MS• Nitrogen in Nitrate N03-N 0.4363 97 .825 % Recov 80.000 120.000 07 /03/08 

MSO Phosphate (P) by IC P04-P 1. 12458 117.511 % Recov 80.000 120.000 07 /03/08 

MSO Sulfate 14808-79-8 2.01834 102.977 % Recov 80.000 120.000 07 /03/08 

SPK-RPD Chloride 16887-00-6 91 .660 RP• 7.511 20.000 07 /03/08 

SPK-RPD Fluoride 16984-48-8 93.371 RPO 6.592 20.000 07/03/08 

SPK-RPD Nitrogen in Nitrite N02-N 95 .238 RP• 1,045 20.000 07/03/08 

SPK-RPO Nitrogen in Nitrate N03-N 97.825 RP• 1.6 19 20.000 07/03/08 

SPK-RPD Phosphate (P) by IC P04-P 117.511 RPO 1.452 20.000 07/03/08 

SPK-RPD Sulfate 14808-79-8 102.977 RPO 0.405 20.000 07 /03/08 

BATCH QC 
BLANK Chloride 16887-00-6 < 0 . 11 n/a mg/L 0 .000 0 .030 u 07/03/08 

BLANK Chloride 16887-00-6 < 0.11 n/a mg/L 0 .000 0 .030 u 07/03/08 

BLANK Chloride 16887-00-6 <0.11 n/a mg /L 0 .000 0.030 u 07/03/08 

BLANK Fluoride 16984-48-8 < 2. le-2 n/a mg/L 0 .000 0.030 u 07/03/08 

BLANK Fluoride 16984-48-8 < 2.1e-2 n/a mg/L 0 .000 0 .030 u 07/03/08 

BLANK Fluoride 16984-48-8 < 2. le-2 n/a mg/L 0.000 0 .030 u 07/03/08 

BLANK Nitrogen in Nitrite N02-N < 9.9e-3 n/a mg /L 0 .000 0 .020 u 07 /03/08 

BLANK Nitrogen in Nitrite N02-N < 9.9e-3 n/a mg /L 0 .000 0 .020 u 07 /03/08 

BLANK Nitrogen in Nitrite N02-N < 9.9e-3 n/a mg/L 0 .000 0 .020 u 07 /03/08 

BLANK Nitrogen in Nitrate N03-N < 3.6e-2 n/a mg/L 0 .000 0 .040 u 07/03/08 

BLANK Nitrogen in Nitrate N03-N < 3.6e-2 n/a mg/L 0.000 0.040 u 07/03 /08 

BLANK Nitrogen in Nitrate N03-N < 3.6e-2 n/a mg/L 0 .000 0 .040 u 07/03/08 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081332 
Matrix: WATER 
Test: Anions by Ion Chromatography 

QC 
Type Analyte 
BLANK Phosphate (Pl by IC 

BLANK Phosphate (P) by IC 

BLANK Phosphate (Pl by IC 

BLANK Sulfate 

BLANK Sulfate 

BLANK Sulfate 

LCS Chloride 

LCS Chloride 

LCS Fluoride 

LCS Fluoride 

LCS Nitrogen in Nitrite 

LCS Nitrogen in Nitrite 

LCS Nitrogen in Nitrate 

LCS Nitrogen in Nitrate 

LCS Phosphate (Pl by IC 

LCS Phosphate (P) by IC 

LCS Sulfate 

LCS Sulfate 
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CAS# 
P04-P 

P04-P 

P04-P 

14808-79-8 

14808-79-8 

14808-79-8 

16887-00-6 

16887-00-6 

16984-48-8 

16984-48-8 

N02-N 

N02-N 

N03-N 

N03-N 

P04-P 

P04-P 

14808-79-8 

14808-79-8 

Lower Upper 
QC Found QC Yield Units Limit Limit 
<3.2e-2 n/a mg/L 0 .000 0 .200 

<3.2e-2 n/a mg/L 0 .000 0.200 

<3.2e-2 n/a mg/L 0.000 0 .200 

< 7.7e-2 n/a mg/L 0 .000 0.200 

<7.7e-2 n/a mg/L 0 .000 0 .200 

<7 .7e-2 n/a mg/L 0.000 0 .200 

201.4747 100.236 % Recov 80.000 120.000 

201.0914 100.045 % Recov 80.000 120.000 

103.1168 103.531 % Recov 80.000 120.000 

105.3671 105.790 % Recov 80.000 120.000 

100.9664 101 .576 % Recov 80.000 120.000 

99 .8377 100.440 % Recov 80.000 120.000 

92 .9861 103.203 % Recov 80.000 120.000 

93.3821 103.643 % Recov 80.000 120.000 

198.9646 102.877 % Recov 80.000 120.000 

200.1299 103.480 % Recov 80.000 120.000 

401 .0629 101 .279 % Recov 80.000 120.000 

400.1272 101 .042 % Recov 80.000 120.000 

Department: Inorganic 

Sample Date: 
Receive Date: 

RPD Analysis 
RPO(%) Limit RQ Date 

u 07/03/0B 

u 07/03/08 

u 07/03/08 

u 07/03/08 

u 07/03/08 

u 07/03/08 

07103/08 

07103/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

0 7/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 

07/03/08 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 06/30/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:06/30/08 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W08GROI982 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Silver 7440-22-4 75 1.500 % Aecov 75 .000 125.000 07 /28/08 

MS Aluminum 7429-90-5 4937 98.740 % Aecov 75 .000 125.000 07/28/08 

MS Arsenic 7440-38-2 4990 99.800 % Recov 75.000 125.000 07/28/08 

MS Barium 7440-39-3 2401 96.040 % Recov 75 .000 125.000 07/28/08 

MS Calcium 7440-70-2 5200 104.000 % Aecov 75 .000 125.000 07/28/08 

MS Cadmium 7440-43-9 5095 101 .900 % Aecov 75.000 125.000 07 /28/08 

MS Cobalt 7440-48-4 4905.5 98.110 % Aecov 75.000 125.000 07 /28/08 

MS Chromium 7440-47-3 4791 95.820 % Recov 75 .000 125.000 07 /28/08 

MS Copper 7440-50-8 4900 98 .000 % Recov 75.000 125.000 07/28/08 

MS Iron 7439-89-6 2468 49 .360 % Recov 75.000 125.000 07/28/08 

MS Potassium 7440-09-7 54053 108.106 % Recov 75 .000 125.000 07/28/08 

MS Magnesium 7439-95-4 4860 97.200 % Recov 75 .000 125.000 07/28/08 

MS Manganese 7439-96-5 5010 100.200 % Recov 75.000 125.000 07/28/08 

MS Molybdenum 7439-98-7 4571 91.420 % Recov 70.000 130.000 07/28/08 

MS Sodium 7440-23-5 16800 336.000 % Recov 75.000 125.000 07/28/08 

MS Nickel 7440-02-0 4860.8 97 .216 % Recov 75 .000 125.000 07/28/08 

MS Lead 7439-92-1 5330 106.600 % Recov 75.000 125.000 07/28/08 

MS Antimony 7440-36-0 4797 95 .940 % Recov 75 .000 125.000 07/28/08 

MS Strontium 7440-24-6 2505.1 100.204 % Recov 75.000 125.000 07/28/08 

MS Vanadium 7440-62-2 4830 96.600 % Recov 75.000 125.000 07 /28/08 

MS Zinc 7440-66-6 5010 100.200 % Recov 75.000 125.000 07/28 /08 

MSD Silver 7440-22-4 51 1.020 % Recov 75 .000 125.000 07 /28/08 

MSD Aluminum 7429-90-5 5007 100.140 % Recov 75.000 125.000 07 /28/08 

MSD Arsenic 7440-38-2 5090 101 .800 % Recov 75.000 125.000 07 /28/08 

MSD Barium 7440-39-3 2431 97 .240 % Recov 75 .000 125.000 07/28/08 

MSD Calcium 7440-70-2 5140 102.800 % Recov 75.000 125.000 07/28/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix : WATER Sample Date: 06/30/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:06/30/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
MSO Cadmium 7440-43-9 5114 102.280 % Recov 75.000 125.000 07/28/08 

MSO Cobalt 7440-48-4 4929.5 98.590 % Recov 75.000 125.000 07/28/08 

MSO Chromium 7440-47-3 4808 96. 160 % Recov 75.000 125.000 07/28/08 

MSO Copper 7440-50-8 4950 99.000 % Recov 75.000 125.000 07/28/08 

MSO Iron 7439-89-6 2452 49.040 % Recov 75.000 125.000 07/28/08 

MSO Potassium 7440-09-7 54613 109.226 % Recov 75.000 125.000 07/28 /08 

MSO Magnesium 7439-95-4 4940 98.800 o/o Recov 75.000 125.000 07/28/08 

MSO Manganese 7439-96-5 5060 101.200 % Recov 75.000 125.000 07/28/08 

MSO Molybdenum 7439-98-7 4602 92.040 % Recov 75.000 125.000 07/28/08 

MSO Sodium 7440-23-5 39800 796.000 % Recov 75.000 125.000 07/28 /08 

MSO Nickel 7440-02-0 4905.8 98 .116 % Recov 75.000 125.000 07 /28/08 

MSO lead 7439-92-1 5260 105.200 % Recov 75.000 125.000 07/28/08 

MSO Antimony 7440-36-0 4739 94.780 % Recov 75.000 125.000 07/28/08 

MSO Strontium 7440-24-6 2530.1 101 .204 % Recov 75.000 125.000 07/28/08 

MSO Vanadium 7440-62-2 4840 96.800 % Recov 75.000 125.000 07 /28/08 

MSO Zinc 7440-66-6 5032 100.640 % Recov 75.000 125.000 07/28/08 

SPK-RPO Silver 7440-22-4 1.020 RPO 38 .095 20.000 • 0 7/28/08 

SPK-RPO Aluminum 7429-90-5 100. 140 RPO 1.408 20.000 07/28/08 

SPK-RPO Arsenic 7440-38-2 101 .800 RPO 1.984 20.000 07/28/08 

SPK-RPO Barium 7440-39-3 97.240 RPO 1.242 20.000 07/28/08 

SPK-RPO Calcium 7440-70-2 102.800 RPO 1.161 20.000 07/28/08 

SPK-RPO Cadmium 7440-43-9 102.280 RPO 0 .372 20.000 07 /28/08 

SPK-RPO Cobalt 7440-48-4 98.590 RPO 0.488 20.000 07 /28/08 

SPK-RPO Chromium 7440-47-3 96.160 RPO 0.354 20.000 07/28/08 

SPK-RPO Copper 7440-50-8 99 .000 RPO 1.015 20.000 07/28/08 

SPK-RPD Iron 7439-89-6 49.040 RPO 0.650 20.000 0 7/28/08 

SPK-RPO Potassium 7440-09-7 109.226 RPO 1.031 20.000 07 /28/08 

SPK-RPO Magnesium 7439-95-4 98.800 RPO 1.633 20.000 07 /28/08 

SPK-RPD Manganese 7439-96-5 101 .200 RPO 0.993 20.000 07/28/08 

SPK-RPO Molybdenum 7439-98-7 92.040 RPO 0 .676 20.000 07/28/08 

u, 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 06/30/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:06/30/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
SPK-RPO Sodium 7440-23-5 796.000 RPO 81 .272 20.000 • 07/28/08 

SPK-RPO Nickel 7440-02-0 98.116 RPO 0 .922 20.000 07/28/08 

SPK-RPO lead 7439-92-1 105.200 RPO 1.322 20.000 07/28/08 

SPK-RPO Antimony 7440-36-0 94.780 RPO 1.216 20.000 07/28/08 

SPK-RPD Strontium 7440-24-6 101 .204 RPO 0 .993 20.000 07/28/08 

SPK-RPO Vanadium 7440-62-2 96.800 RPO 0 .207 20.000 07/28/08 

SPK-RPO · Zinc 7440-66-6 100.640 RPO 0.438 20.000 07/28/08 

BATCH QC 
BLANK Silver 7440 -22-4 8 8 .000 ug/l 07/28/08 

BLANK Aluminum 7429-90-5 < 52 n/a ug/l u 07/28/08 

BLANK Arsenic 7440-38-2 <78 n/a ug/l u 07/28/08 

BLANK Barium 7440-39-3 < 4 n/a ug/l u 07/28/08 

BLANK Calcium 7440-70-2 < 73 n/a ug/l u 07/28/08 

BLANK Cadmium 7440-43-9 < 4 n/a ug/l u 07/ 28/08 

BLANK Cobalt 7440-48-4 <4 n/a ug/l u 07/28/08 

BLANK Chromium 7440-47-3 < 13 n/a ug /l u 07/28/08 

BLANK Copper 7440-50-B < 6 n/a ug/l u 07/28/08 

BLANK Iron 7439-89-6 <25 n/a ug/ l u 07/28/08 

BLANK Potassium 7440-09-7 < 170 n/a ug /l u 07/28/08 

BLANK Magnesium 7439-95-4 < 50 n/a ug/l u 07/28/08 

BLANK Manganese 7439-96-5 < 4 n/a ug/l u 07 /28/08 

BLANK Molybdenum 7439-98-7 <5 n/a ug /l u 07/2B/08 

BLANK Sodium 7440-23-5 < 51 n/a ug/l u 07 /28/08 

BLANK Nickel 7440-02-0 < 4 n/a ug/l u 07/28/08 

BLANK lead 7439-92-1 < 45 n/a ug/L u 07/28/08 

BLANK Antimony 7440-36-0 <56 n/a ug/ l u 07/28/08 

BLANK Strontium 7440-24-6 < 4 n/a ug/l u 07/28/08 

BLANK Vanadium 7440-62-2 < 12 n/a ug /l u 07/28/08 

BLANK Zinc 7440-66-6 < 9 n/a ug/L u 07/28/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 
Test: ICP Metals Analysis, Grd H20 P Receive Date: 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
LCS Silver 7440-22-4 89 8 .900 % Recov 80.000 120.000 07/28/08 

LCS Aluminum 7429-90-5 1001 100.100 % Recov 80.000 120.000 07/28/08 

LCS Arsenic 7440-38-2 1020 102.000 % Recov 80.000 120.000 07/28/08 

LCS Barium 7440-39-3 478 95.600 % Recov 80.000 120.000 07/28/08 

LCS Calcium 7440-70-2 1073 107.300 % Recov 80.000 120.000 07/28/08 

LCS Cadmium 7440-43-9 1051 105.100 % Recov 80.000 120.000 07/28/08 

LCS Cobalt 7440-48-4 1024 102.400 % Recov 80.000 120.000 07/28/08 

LCS Chromium 7440-47-3 983.3 98.330 % Recov 80.000 120.000 07/28/08 

LCS Copper 7440-50-8 1010 101 .000 % Recov 80.000 120.000 07/28/08 

LCS Iron 7439-89-6 981 .8 98 .180 % Recov 80.000 120.000 07/28/08 

LCS Potassium 7440-09-7 11230 112.300 % Recov 80.000 120.000 07/28/08 

LCS Magnesium 7439-95-4 998 99.800 % Recov 80.000 120.000 07/28/08 

LCS Manganese 7439-96-5 993 99.300 % Recov 80.000 120.000 07/28/08 

LCS Molybdenum 7439-98- 7 975.4 97 .540 % Recov 80.000 120.000 07/28/08 

LCS Sodium 7440-23-5 1094 109.400 %_Recov 80.000 120.000 07/28/08 

LCS Nickel 7440-02-0 1023 102.300 % Recov 80.000 120.000 07/28/08 

LCS Lead 7439-92-1 1120 112.000 % Recov 80.000 120.000 07/28/08 

LCS Antimony 7440-36-0 1051 105.100 % Recov 80.000 120.000 07/28/08 

LCS Strontium 7440-24-6 497 99.400 % Recov 80.000 120.000 07/28/08 

LCS Vanadium 7440-62-2 964 96.400 % Recov 80.000 120.000 07/28/08 

LCS Zinc 7440-66-6 1036 103.600 % Recov 80.000 120.000 07/28/08 

Lab ID: W08GR02061 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Silver 7440-22-4 4870 97.400 % Recov 75.000 125.000 07/28/08 

MS Aluminum 7429-90-5 5114 102.280 % Recov 75.000 125.000 07/28/08 

MS Arsenic 7440-38-2 5000 100.000 % Recov 75.000 125.000 07/28/08 

MS Barium 7440-39-3 2456 98.240 % Recov 75.000 125.000 07/28/08 

MS Calcium 7440-70-2 7300 146.000 % Recov 75.000 125.000 07/28/08 

MS Cadmium 7440-43-9 4909 98. 180 % Recov 75 ,000 125.000 07/28/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 07 /02/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:07/02/08 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
MS Cobalt 7440-48-4 4838 96.760 % Recov 75 .000 125.000 07/28/08 

MS Chromium 7440-47-3 4884 97.680 % Recov 75.000 125.000 07/28/08 

MS Copper 7440-50-8 4960 99.200 % Recov 75.000 125.000 07/28/08 

MS Iron 7439-89-6 4888.4 97. 768 % Recov 75 .000 125.000 07/28/08 

MS Potassium 7440-09-7 50600 101.200 % Recov 75.000 125.000 07/28/08 

MS Magnesium 7439-95-4 5630 112.600 % Recov 75 .000 125.000 07/28/08 

MS Manganese 7439-96-5 5020 100.400 % Recov 75 .000 125.000 07/28/08 

MS Molybdenum 7439-98-7 4395 87 .900 % Recov 70.000 130.000 07/28/08 

MS Sodium 7440-23-5 3000 60.000 % Recov 75 .000 125.000 07/28/08 

MS Nickel 7440-02-0 4729.9 94.598 % Recov 75.000 125.000 07/28/08 

MS Lead 7439-92-1 5080 101.600 % Recov 75 .000 125.000 07/28/08 

MS Antimony 7440-36-0 4922 98 .440 % Recov 75.000 125.000 07/28/08 

MS Strontium 7440-24-6 2566 .9 102.676 % Recov 75 .000 125.000 07/28/08 

MS Vanadium 7440-62-2 4860 97.200 % Recov 75 .000 125.000 07/28/08 

MS Zinc 7440-66-6 4875 97.500 % Recov 75.000 125.000 07/28/08 

MSD Silver 7440-22-4 4790 95.800 % Recov 75 .000 125.000 07/28/08 

MSD Aluminum 7429-90-5 4884 97 .680 % Recov 75.000 125.000 07/28/08 

MSD Arsenic 7440-38-2 5100 102.000 % Recov 75.000 125.000 07/28/08 

MSD Barium 7440-39-3 2396 95.840 % Recov 75.000 125.000 0 7/28/08 

MSD Calcium 7440-70-2 2300 46.000 % Recov 75 .000 125.000 07/28/08 

MSD Cadmium 7440-43-9 4824 96.480 % Recov 75 .000 125.000 07/28/08 

MSD Cobalt 7440-48-4 47 17 94.340 % Recov 75 .000 125.D00 07/28/08 

MSD Chromium 7440-47-3 4783 95 .660 % Recov 75.000 125.000 07/28/08 

MSD Copper 7440-50-8 4820 96.400 % Recov 75.000 125.000 07/28 /08 

MSD Iron 7439-89-6 4809.4 96.188 % Recov 75 .000 125.000 07/28/08 

MSD Potassium 7440-09 -7 49190 98.380 % Recov 75.000 125.000 07/28/08 

MSD Magnesium 7439-95-4 4180 83 .600 % Recov 75 .000 125.000 07/28/08 

MSD Manganese 7439-96-5 4860 97.200 % Recov 75.000 125.000 07/28/08 

MSD Molybdenum 7439-98-7 4312 86.240 % Recov 75 .000 125.000 07/28/08 

MSD Sodium 7440-23-5 -44000 -880.000 % Recov 75.000 125.000 07/28/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 07 /02/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:07/02/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
MSO Nickel 7440-02-0 4631 .9 92.638 % Recov 75.000 125.000 07/28/08 

MSO Lead 7439-92-1 5060 101 .200 % Recov 75.000 125.000 07/28/08 

MSO An timony 7440-36-0 4723 94.460 % Recov 75 .000 125.000 07/28/08 

MSO Strontium 7440-24-6 2483.9 99.356 % Recov 75.000 125.000 07/28/08 

MSO Vanadium 7440-62-2 4760 95.200 % Re cov 75.000 125.000 07/ 28/08 

MSO Zinc 7440-66-6 4755 95 .100 % Recov 75.000 12 5.000 07/28 /08 

SPK-RPO Silver 7440-22-4 95.800 RPO 1.656 20.000 07/28/08 

SPK-RPO Aluminum 7429-90-5 97.680 RPO 4 .601 20.000 07/28/08 

SPK-RPO Arsenic 7440-38-2 102.000 RPO 1.980 20.000 07/28/08 

SPK-RPO Barium 7440-39-3 95 .840 RPO 2.473 20.000 07/28/08 

SPK-RPO Calcium 7440-70-2 46.000 RPO 104. 167 20.000 • 07/28/08 

SPK-RPO Cadmium 7440-43-9 96.480 RPO 1.747 20.000 07/28/08 

SPK-RPO Cobalt 7440-48-4 94.340 RPO 2.533 20.000 07/28/08 

SPK-RPO Chromium 7440-47-3 95.660 RPO 2.090 20.000 07/28/08 

SPK-RPO Copper 7440-50-8 96.400 RPO 2.863 20.000 07/28/08 

SPK-RPO Iron 7439-89-6 96.188 RPO 1.629 20.000 07/ 28/08 

SPK-RPO Potassium 7440-09-7 98.380 RPO 2.826 20.000 07/28/08 

SPK-RPD Magnesium 7439-95-4 83.600 RPO 29.562 20.000 • 07/28/08 

SPK-RPO Manganese 7439-96-5 97.200 RPO 3.239 20.000 07/28/08 

SPK-RPO Molybdenum 7439-98-7 86.240 RPO 1.907 20 .000 07/28/08 

SPK-RPO Sodium 7440-23-5 -880.000 RPO -229 .268 20.000 • 07/28/08 

SPK-RPO Nickel 7440-02-0 92.638 RPO 2.094 20.000 07/28/08 

SPK-RPO Lead 7439-92-1 101 .200 RPO 0 .394 20.000 07/28/08 

SPK-RPO Antimony 7440-36-0 94.460 RPO 4.126 20.000 07/28/08 

SPK-RPO Strontium 7440-24-6 99 .356 RPO 3.287 20 .000 07/28/08 

SPK-RPO Vanadium 7440-62-2 95 .200 RPO 2.079 20.000 07/28/08 

SPK-RPO Zinc 7440-66-6 95.100 RPO 2.492 20.000 07/28/08 

BATCH QC 
BLANK Silver 7440-22-4 6 6.000 ug/L 07/28/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 
Test: ICP Metals Analysis, Grd H20 P Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
BLANK Aluminum 7429-90-5 <52 n/a ug/L u 07/28/08 

BLANK Arsenic 7440-38-2 <78 n/a ug/L u 07/28/08 

BLANK Barium 7440-39-3 <4 n/a ug/L u 07/28/08 

BLANK Calcium 7440-70-2 <73 n/a ug/L u 07/28/08 

BLANK Cadmium 7440-43-9 <4 n/a ug/L u 07/28/08 

BLANK Cobalt 7440-48-4 <4 n/a ug/L u 07/28/08 

BLANK Chromium 7440-47-3 <13 n/a ug/L u 07/28/08 

BLANK Copper 7440-50-8 <6 n/a ug/L u 07/28/08 

BLANK Iron 7439-89-6 <25 n/a ug/L u 07/28/08 

BLANK Potassium 7440-09-7 <170 n/a ug/L u 07/28/08 

BLANK Magnesium 7439-95-4 <50 n/a ug /L u 07/28/08 

BLANK Manganese 7439-96-5 <4 n/a ug/L u 07/28/08 

BLANK Molybdenum 7439-98-7 <5 n/a ug/L u 07/28/08 

BLANK Sodium 7440-23-5 52 .5 52.500 ug/L 07/28/08 

BLANK Nickel 7440-02-0 <4 n/a ug /L u 07/28108 

BLANK Lead 7439-92-1 <45 n/a ug/L u 07/28108 

BLANK Antimony 7440-36-0 <56 n/a ug/L u 07/28108 

BLANK Strontium 7440-24-6 <4 n/a ug/L u 07/28/08 

BLANK Vanadium 7440-62-2 <12 n/a ug/L u 07128/08 

BLANK Zinc 7440-66-6 <9 n/a ug/L u 07128/08 

LCS Silver 7440-22-4 973 97 .300 % Recov 80.000 120.000 07128/08 

LCS Aluminum 7429-90-5 966.8 96.680 % Recov 80.000 120.000 07/28108 

LCS Arsenic 7440-38-2 998 99 .800 % Recov 80.000 120.000 07/28108 

LCS Barium 7440-39-3 470 94 .000 % Recov 80.000 120.000 07128/08 

LCS Calcium 7440-70-2 1036 103.600 % Recov 80.000 120.000 07/28108 

LCS Cadmium 7440-43-9 994.2 99.420 % Recov 80.000 120.000 07/28/08 

LCS Cobalt 7440-48-4 994.3 99.430 % Recov 80.000 120.000 07/28/08 

LCS Chromium 7440-47-3 965 .1 96.510 % Recov 80.000 120.000 07/28/08 

LCS Copper 7440-50-8 995 99.500 % Recov 80.000 120.000 07128/08 

LCS Iron 7439-89-6 976 .5 97.650 % Recov 80.000 120.000 07/28108 

Ut 
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----- - - - - - - --- ------------------ ------------------ - - ---- - ------, 

WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081332 
Matrix: WATER Sample Date: 
Test: ICP Metals Analysis, Grd H20 P Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
LCS Potassium 7440-09-7 10210 102.100 % Recov 80.000 120.000 07/28/08 

LCS Magnesium 7439-95-4 949.7 94.970 % Recov 80.000 120.000 07128/08 

LCS Manganese 7439-96-5 970 97.000 % Recov 80.000 120.000 07/28108 

LCS Molybdenum 7439-98-7 976.4 97 .640 % Recov 80.000 120.000 07/28/08 

LCS Sodium 7440-23-5 1057 105.700 % Recov 80.000 120.000 07128/08 

LCS Nickel 7440-02-0 986.4 98.640 % Recov 80.000 120.000 07/28108 

LCS Lead 7439-92-1 1060 106.000 % Recov 80.000 120.000 07128/08 

LCS Antimony 7440-36-0 1020 102.000 % Recov 80.000 120.000 07/28108 

LCS Strontium 7440-24-6 488.9 97 .780 % Recov 80.000 120,000 07128/08 

LCS Vanadium 7440-62-2 951 95.100 % Re cov 80.000 120.000 07/28/08 

LCS Zinc 7440-66-6 969 .3 96.930 % Recov 80.000 120.000 07/28108 

(JI 
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WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Sample # Client ID 

Steve Trent 
F06-027 

Lab Area 

VALGROUP 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

VALTEST - Test Validation 
LOGTEST - Login for Tests 

U, This report may not be reproduced, except in its entirety without the written approval of the WSCF Laboratory . 

00 a wgppc/5 .2 Report#: WSCF20081332 Report Date : 31 -jul-2008 

en 
w 

Group#: 
Department: 

WSCF20081332 
Inorganic 

Comment 

ICP-AES: !Samples W0BGR2058-2060I 

High silver preparation blank result ; •c· flag if 

applicable. 

No zirconium present in the LCS standard . 

Calcium and sodium sample results exceed spiking level by a 

factor of 4 so spike recoveries are not valid . 

Check and high standards are used to ensure calcium and 

sodium linearity because sample results are greater than the 

calibration standard. 

Low silver LCS recovery; ·x• flag. Verification standard is 

acceptable. 

Low silver and iron spike recoveries; "N" flag. 

ICP-AES: !Samples W0BGR2061 -2070I 

High silver and sodium preparation blank results; •c• flag 

if applicable . 

No zirconium present in the LCS standard . 

Calcium, sodium, and magnesium sample results exceed spiking 

level by a factor of 4 so spike recoveries are not valid . 

Check and high standards are used to ensure calcium and 

sodium linearity because sample results are greater than the 

ca libration standard. 

TESTDA TA - Test Data Entry 

Page 
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ATTACHMENT 4 

SAMPLE RECEIPT INFORMATION 
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Waste Sampling and Characterization Facility 
P.O. BOX 1970 S3-30, Richland, WA 99352 

PHONE: (509) 373-7004/FA.X: (509) 373-7134 

ACKNOWLEDGMENT OF SAMPLES RECEIVED 

Groundwater Remediation Program 

Rich l and, WA 99354 
Attn: Steve Trent 

Customer Code: GPP 
PO#: 122561/ES20 

Group#: 20081332 
Project#: F06-027 
Proj Mgr: Steve Trent G6-35 

Phone: 373-5869 

The following samples were received from you on 07/02/08. They have been 
scheduled for the tests listed beside each sample. If this information 
is incorrect, please contact your service representative. Thank you for 
using Waste Sampling and Characterization Facility. 

Sample# Sample Id Matrix Sample 
Tests Scheduled Date 

W08GR02058 BlVWCl TRENT Water 07/02/08 
@GPP6010 @IC-30 

W08GR02059 B1VWC2 TRENT Water 07/02/08 
@GPP6010 @IC-30 

W08GR02060 B1VWC3 TRENT Water 07/02/08 
@GPP6010 @IC-30 

W08GR02061 B1VWC4 TRENT Water 07/02/08 
@GPP6010 @IC-30 

W08GR02062 B1VWC5 TRENT Water 07/02/08 
@GPP6010 @IC-30 

W08GR02063 B1VWC6 TRENT Water 07/02/08 
@GPP6010 @IC-30 

W08GR02064 B1VWC7 TRENT Water 07/02/08 
@GPP6010 @IC-30 

W08GR02065 B1VWC8 TRENT Water 07/02/08 
@GPP6010 @IC-30 . · 

W08GR02066 B1VWC9 TRENT Water 07/02/08 
@GPP6010 @IC-30 

W08GR02067 BlVWD0 TRENT Water 07/02/08 
@GPP6010 @IC-30 

W08GR02068 BlVWDl TRENT Water 07/02/ 08 
@GPP6010 @IC-30 

W08GR02069 B1VWD2 TRENT Water 07/02/ 08 
@GPP6010 @IC-30 

W08GR02070 B1VWD3 TRENT Water 07/02/08 
@GPP6010 @IC-30 

Test Acronym Description 

Test Acronym Description 

@GPP6010 ICP Metals Analysis, Grd H20 p 
@I C-30 Anions by Ion Chromatography 

- 1 -
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Fluor Hanford Inc. CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST F06-027-172 
i 

! COLLECTOR 

bw~ 
0_) / 1.l/9,-_ ···--····· _ 

· COMPANY CONTACT 
·- , -- .. .. . 

1 TELEPHONE NO. · - - --- r PR0JECTCOOROINATOR 
... , 

PRICE CODE 7G 
FABRE, Rl 373·2774 TRENT, SJ 

Y - - -··· . -·---------- -- - -- --- - ··-·- ·-- ---- - - ····· ! SAMPUNG LOCATION 

: 100-NR-2 lnj.#2/Day 4 & InJ .#3/Day O • P~·lnJect 

, ICE CHEST NO. 

i 

PROJECT DESIGNATION SAF NO, 

100-N Apatite Barrier Performance Monitoring F06-027 
--- ·----·- - -- - --------- -+------ -

FIELD LOGBOOK NO. ; ACTUAL SAMPLE DEPTH COA 

: HNF-N-585-11 122561ES20 

. - - - -.-, 
I AIRQUAUTY • 
I _____ _, _ _ _ 
I METHOD OF SHIPMENT 
I 
! GOVERNMENT VEHICLE 

· PAGE 1 OF ~ .3 , 
. J 

DATA : 
TURNAROUND ! 
15 Days/ 30 I 

Days __ 

1 
! 

! SHIPPEDTO . .. . ··-- ··· -· - .. ---- - --:- OFFSITEP-ROPiRTY NO. - ---- - -- -- --·-------- --------'---- -·--· ·--· ···-- ··· - ·- ·-· . -· · ·- ----- . -- ·- ---~ 

: Waste Sampling & Characterization~ 00 8'J J 3 ~ 
BILL OF LADING/ AIR BILL NO, 

MATRIX• ' i POSSIBLE SAMPLE HAZARDS/ REMARKS 
~~~Drum ' Contains RadioactiVe Material at concentrations 
Liquids · that may or may not be regulated for 
DS=Drum : transportation per 49 CFR / IATA Dangerous 
SOiids · Goods Regulations but are not releasable per 
Lsliquid • DOE Order 5400.5 (1990/1993) 
QsOn 

S=Soil 
I Sf=Sediment 
: T=nssue I V•V(Qitation 
I W•Water 
; Wl•W,pe 
; X=Other 

PRESERVATION 

-- .... . . ------------
TYPE OF CONTAINER 

1:~,-~ 
NO. OF CONTAINER(S) 

;l 

VOWME 1250ml 

,Cool-4C 

·-
p 

'1- · 

120ml 

-·r . r --- ----- ~-
! - ---- -+--· ---- - __.. ___ ____ - -- --.&.- . 

I 

i 
I 

. I. 
I 

I 

- - - · . ---i 

I --·- ------- ·---- --- - -----~ - ------- -- -·-··· - . --·---- -·-- _______ __, 
; REUNQUISHED BY/REMOVED FROM DATE/TIME , RECEIVED IV/STORED IN DATE/TIME 

. ---- . -•· - --
; ltEIJNQUISHED IIY/REMOVED FRDN 

- . 
DATE/TIME · DAnini4E ___ i 

I 

j_ -- -- • . .. . - .. -- j 
! RELINQUISHED IIY/REMOVED FROM DATE/TIME ! RECEIVED BY/STORED IN DATE/TIME 

··• ···- ··· - ·- -------·- --
ltEUNQUISHED BY /REMOVED FROM I RECEIVED BY/STORED IN-- -------···-- -DATE/TIME DATE/TIME 

R!UNQUISHED BY /REMOVED FROM DATE/TIME 1 RECEIVED BY/STORED IN DATE/TIME 
i 

0) -- ----- -· . ···- ,----·-· · . --- - -- . ---- -~ - - --- . . ·---- - --- -
~ LAIORATORY ! RECEIVED BY 

0 SECTION , 

0) FINAL SAMPLE 
~ DISPOSmON 

DISPOSAL METHOD 

TinE 

DISPOSED BY 

' 

--~H-
I I . I 

-1 

DATE/TIME 

DATE/TIME 

A-6003 -618(01/06) 

I 

l 
I 

·---{ 

' -j 

--i 
__ _J 

i 
! 



Fluor Hanford Inc. 

COLLECTOR 

D~ '-'u'3 
SAMPLING LOCATION 

: .~~0-NR~ l~J.#2/Day4. &!n~.-~~(l?av.? -. ~~s._t-lnJect 
ICE CHEST NO. 

SHIPPED TO 

, Waste Sampling & Characterization 
I 

: MATRIX* 
: A=Air 
. DL=OM1l 

i.JQuids 
DS•Drum 
Sohds 
L" LiQUid 
o~Oil 

I S=Soil 
i SE•Sediment 
: T•TISsue 

I POSSIBLE SAMPLE HAZARDS/ REMARKS 
' Contains Radioactive Material at concentrations 

that may or may not be regulated for 
transportation per ~9 CFR / IATA Dangerous 
Goods Regulations but are not releasable per 

: DOE Order 5400.5 (1990/1993) 

CHAIN OF CUSTODY/ SAMPLE ANALYSIS REQUEST F06-027-172 ; PAGE 2 OF 's_J 
1 

COMPANY CONTACT 

' FABRE, RJ 

, PROJECT DESIGNATION 
... .l 

TtLEPHONE NO. 

373-2774 

! PROJECT COORDINATOR 

I TRENT, SJ 
- -- -- j .. - ..... . 

I SAFNO. 
--··-·-- 1 

PRICE CODE 

AIR QUALITY 

7G 

• 

DATA 
TURNAROUND 

, 100-N Apatite Barrier Performance Monitoring : F06-027 

15 Days/ 30 
Days 

·- ·--- ·---· • · ·· 
FIELD LOGBOOK NO. : ACTUAL SAMPLE DEPTH ! COA METHOD OF SHIPMENT 

GOVERNMENT VEHIClf HNF-N-585-11 

' OFFSITE PROPERTY NO. 

PRESERVATION 

-----------
TYPE OF CONTAINER 

NO. OF CONTAINER(S) 

. VOLUME 

j 122561ES20 
·· ··-··-···- ·---+---- ------~---- -

Cool-4C • 1t1No1 i.;pH 
;<2 
I 

p 

1. _ 
ii 
I 
I 

. ·· f 'ILL o, ~:·••1:_•_I-LL_ N_0_. _ ___ _____ ~1- - ---

----:~ ----, -----}- --;....---~---°t_--_·-__ ·...;l ___ _.__ 

1250ml 
• _____ i_ _ ·· - ---i--

120mL I 1···· 
I 

I 
··- -j 

l V=Vegi13tlon 
, W=Water ! ··- ----· ·- ... .. ··-··--···-· 

---· i---- -__ L ~ -
• I I . 

·-· . --·-----'--------,>-- __j ____ __ --1-. - --· - : I Wl • W.,,, 
! X=Other 

i 
' I 

' SPECIAL HANDUNG ANO/OR STORAGE 
. · ··-· - ------ ----+--

iSEE /Tl'M ( ! ) IN :~EE ITT"' (l) IN : 
iSPECIAl 'SPECIAi. I 
INSTTIUCT!ONS l·• STTIUCT!ONS 

SAMPLE ANALYSIS ! I 
I I 

~--.. ~ -------- ------- ---- - -------- ----- --- -- - - --- _-. ----+------+---.. - - --.-.-~ .. -~4----~ ... ~ . ~ . .,..~.~ ,ci--7,~i.,__~--,-·•"""••....,...+ ----,,,f-c.- - - , 

:::::"~:-•:-~-!-J:-:-~-:-:--MA-TR-~•- ~ ~~L!;•; SAi~i f .-1;:_;<-_ ....:.. _ _i_:..:__....:.·:_--...:.: "'""/ """·:_':'-½...:;.,_·'· ___ r. ·+'-.,_ /_; --'--+-,e·-'•c....;-._'-·:._·~"'-_i_c....:..c·1::/'~t:j~•~{•~~fl ---~: / _ -. 

•s1vwca ~ot.S WA-TE_R __ -- - o ii [ ~ :) i JCIF"l) =i ~-- , · --~-
s1vwc9 ... ·-~ -CATER O ~ 50 : 'f .. >J._ _ -+- _____ 1_ • • _ ·-- - ·-- '···---·· _ , ; ~c::: POSS~ss~i !WAT.E_R __ ·--·· - - ·-- -- · · · -- siGNTPRINT NA~ESC\ l B __ (3IJ'P C)1')m~ j_ , SPE~LINSTjumoNs - · - -- - - -- · j J 

I 
·-:- -------- · · - ·. (l)ICP Metals - 6010B (TAL); ICP Metals - 6010B (Add-On) {Arsenic, Lead, 

1 RECEIVED BY /STORED IN DATEl HE I Mol bd Str f } 

: REUNQUISHED BY /REMOVED FROM DATE/TIME 

.. .. -·· - - -·· ·- · ·· 
REUNQUISHED BY /REMOVED FROM DATE/TIME 

, ---n,, ~ Jf/l l,n /] -1- ._ 1 _ ~ _l)f, II I p , , y er:ium, on 1um . . . . . . . . . 
: 'n.. . -- - ~~- . -. -- . - - - ---1 (2)1C Amons - 300.0 {Oilonde, Fluoride, Nitrogen 1n Nitrate, Nitrogen 1n Nitrite, 

RECEIVED BY/STORED IN DATE/TIME ! Phosphorus in phosphate, Sulfate} 

RECEIVED BY /STORED IN 

RECEIVED BY /STORED IN 

..... l 
DATE/TIME 

DATE/TIME 

- " • - ·--.. ·--· - ---- --- ·· ---- . .. ! 
REUNQUISHED BY/REMOVED FROM DATE/TIME RECEIVED BY/STORED IN DATE/TIME 

- ·· ·-··· ---·-·····- ---
REUNQUISHED BY/REMOVED FROM DATE/TIME RECEIVED BY /STORED IN DATE/TIME 

REUNQUISHED BY/REMOVED FROM DATE/TIME , RECEIVED BY/STORED IN DATE/TIME 

0) .. _ _ . __ ___ ·--·-··-,---·-··-·-·- --· .... . . -
I\) LABORATORY I RECEIVED IIY TITLE DATE/TIME 

0 SECTION i 
~ r--- - .... _. 
0) FINAL SAMPLE ! DISPOSAL MElliOD 

~ . ~-I~~~ON .. l - ·-------
DISPOUD BY 

--- --- -- ----- ··--·--- -·--·---- . . 
DATE/TIME 

A-6003-618(01/06) 



Fluor Hanford Inc. 

. COLLECTOR 

. ti\ 'LJ_r,llfi.. 
j_ __ _ -- ~ ~1)2__ _ ....... ... _ _ .. _ 
I SAMPLING LOCATION 

CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST 

. COMPANY CONTACT 

j FABRE, RJ 

, PROJECT DESIGNATION 
I 

TELEPHONE-NO. . . -- . fPR01i:ci COORDINATOR 

373-2774 ; TRENT, SJ 

··- - -- l·sAFNO. - - · - 

: FOG--027 

F06·027·172 

PRICE CODE 7G 

, AIR QUALITY • 

' PAGE :, 

DATA 
TURNAROUND 

15 Days/ :,0 
Days 

100-NR-2 lnj .#2/Day 4 II. lnJ.#3/Day O - Post-Inject 

ICE CHEST NO. 
: 100-N Apatl~ ~'."ler Performanc:_ Mo~~toring _ _ _ _ __ . --··· 
. FIELD LOGBOOK NO. . ACTUAL SAMPLE DEPnt 

I
COA : METHOD OF SHIPMENT 

GOVERNMENT VEHICLE 

- - - - - --- - 1 

i HNF-N-585-11 

[·SHIPPED TO- - f OFFSITE PROPERTY NO. 

waste Sampling II. Characterization , 

, 122561ES20 

_J-
BILL OF LADING/AIR BILL.NO, 

-- -· -l 
I 
I 

1 MATRIX· , PO~IBLE SAMP~-~~RDS/ REMARKS -:· ·;RESE_R_V_ATl-~N 

1

-H<. 11
2
°3 00 pH •

1

1ad....ic -- 1 r --- - r- · - -i-- -r -
I A;Aif I L ' I 
ii ~i: ; ;:~;~~JJEi~~~ i~~;i~~:~~:::::ns ~ ----TY- ~ OF CONTAI_N_E_R_-'--+.P ;P---- - - . -- ·- .. . ! - · f-- .. ': ----- r·--- _T ___ . .. r .. --~-- ·-, 
1 Solids : Goods Regulationsbutarenotreleasableper ! 

1 
,

1

. - - ~

1

1.. ··t-· ---'. ---:,1 _ __ __ ;j. ----- !,.,-- ·· .J
1 

_ · i 
i L;LIQlid · DOE Order 5400.5 (1990/1993) ! · -. :i ·----
; o~OII ! NO. OF CONTAINER(S) j i . · ,~=- ----VO~U-~E - - ----tis-Oml • · il20ml T ·---=r··--- i . ii -+----- i·---- -+--- f ··· ---+--- J 
i VzVegil3tlon j 

· W•Water i ; i ' i. _J, ii:: :· SPECIALHANDUNGAND/ORS~-0 -RA_G_E_ _ SAMPLE ANALYSIS .. .. ~ ~(IJlll=M(2)iN-~ ----tll--·- - -t --- ·_-- :·· -! 
: IJNSTRUCTIONS :INSTRUCTIONS ' 

• I 

! I 

~-:-:~r~-~-1~---=--:::;:~~~TR __ -__ a=• -.. .. :·;_~_;:~ ~~~;R~' ;!_/:!~ ·1:'+,·-:i,-,-t~""' ... ,,,d_ ... 11---:;"""';._, ... _;.;....,- ----,-111,------,--,,,..-+,::,"""""~ -:r--·.-=?r~~-~-, ri->------,------,-,-; 

:iU;B.: MtilW:IAl~/Q<~:'--·---~-~-~-:~-_E-.. ----a~"lf.:rT';'°'::~---=..-=.._· -~r-=:{ § q]'{ ! -1- 7 i . ··;_·.·~r_c·;_;;. ·~1 __ i .~: =~ \ 
; CHAIN OF POSSESSION .. ----- - - SJGN/PRiNT NAMES ~ I ~q ~0 -~J(.(1.

6--. ! SPEOALINSTRUCTIONS 

iREUNQUlsti"iD Y/REMOVED FROM- - -- -DzTE ·,;.:ii : RECEIVED l'Y/STORED IN ---•- .. -- DAlE- -~- i (Ml)IlybO'dMetals S- tro601ti08 (T}AL); ICP Metals - 5010B (Add-On) {Arsenic, Lead, 
' v ,1 ... l -/) 1 u~-- d, , 0 enum, n um 
(~ .. -~ .0!.t:,a,;____ _ _ 7' ':_:Q~ . . 'JLw __ l TA ~1.W?:L.ea.~~ .. ] :_?. ~ . 1.U I) • (Z)IC Anions - 300.0 {Chloride, Fluoride, Nitrogen in Nitrate, Nitrogen In Nitrite, 
ti:uN~ISH DIV/REMOVED FROM D E/TIME : RECEIVED IY[STORED IN DA /TIME , Phosphorus in phosphate, Sulfate} 

. -.. -------··· --- . -·- --- - -
; RELINQUISHED BY /REMOVED FROM DATE/TIME RECEIVED BY/STORED IN 

DATE/TIME RECEIVED IV/STORED IN 

. - ·- - -·- ·· .. . ·------
RELINQUISHED IY/REMOYED FROM DATE/TIME RECEIVED BY/STORED IN 

- --------- -
RELINQUISHED BY/REMOVED FROM DATE/TIME 

-~ - - - ·· ! RELINQUISHED BY /REMOVED FROM DATE/TIME 

o,---· - ; -RECEIVED IV _ _ __ _ ,, __ 
W LABORATORY 

0 __ _!E~~~ . ,-·- --· -- --·- - ·- ·-----
7'0) FINAL SAMPLE i DISPOSAL METHOD 

W DISPOSmON 

RECEIVED BY /STORED IN 

RECEIVED BY /STORED IN 

DATE/TIME 

DATE/TIME "! 

DATE/TIME 

DATE/TIME 

DATE/TIME 

TITLE DATE/TIME 

DISPOSED BY DATE/TIME 

A-6003-618(01/06) 




