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This transmittal contains the following information for sample delivery group WSCF2008 l 7 l 6: 
• Cover Sheet (Attachment 1) 
• Narrative (Attachment 2) 
• Analytical Results (Attachment 3) 
• Sample Receipt Information (Attachment 4) 
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M4W 4 I -SLF-08-1000 

AIT ACHMENT I 

COVERSHEET 

Consisting of 2 pages 
Including cover page 
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SAF# 

108-044 

I08-053 

I08-054 

S08-008 

Report Date: 12-sep-2008 

Groupl: WSCF20081716 

Report WGPPS/5 .3 

WSCF SAF NUMBER CROSS REFERENCE 

Group#: WSCF20081716 
Data Deliverable Date: 1 l-sep-2008 
Data Deliverable: Cover Sheet 

Sample ID WSCF# Matrix 

B1VIA6 W08P003907 WATER 

B1WDL2 W08P003903 WATER 
B1WDL3 W08P003904 WATER 
BlWDIA W08P003905 WATER 
B1WDL5 W08P003906 WATER 

B1WFB3 W08P003908 WATER 
B1WFB4 W08P003909 WATER 

BlWMTl W08P003910 WATER 
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M4W41-SLF-08- l 000 

A IT ACHMENT 2 

NARRATIVE 

Consisting of 4 pages 
Including cover page 
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Introduction 

Attachment 2 
Narrative 

WSCF2008 l 7 l 6 

Seventeen ( 17) groundwater samples were received at the WSCF Laboratory on August 31, 2008. 
Samples were analyzed for the analytes indicated on the attached copy of the chain of custody 
(COC) form in accordance with the Groundwater Remediation Program - Letter of Instruction, 
referenced in the cover letter. 

The narrative (Attachment 2) will address sample characteristics, analyses requested and general 
information in performance of the analytical methods. A Data Summary Report (Attachment 3) 
includes analytical results, a comment report detailing method abnormalities, tentatively 
identified peaks if applicable, method references, and Laboratory QC information as applicable. 
Copies of the chain of custody and sample receipt documentation are included as Attachment 4. 

It should be noted that the attached chain of custody was stamped "ICED" by the WSCF 
Laboratory Sample Custodian during sample receiving, indicating the presence of ice in the 
sample container. 

Analytical Methodology for Requested Analyses 

Refer to WSCF Method References Report, pages 13 through 15, for a complete listing of 
approved analytical methods. 

Inorganic Comments 

Anions - Hold time requirements for this analysis were met. A Duplicate, Matrix Spike, Matrix 
Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group 
per GRP Letter of Instruction. See pages 26 through 27 for QC details. Analytical Note(s): 

• Sample results were D flagged if dilution(s) were required. 

• Sample results that were less than the reportable limit, however greater than the method 
detection limit, were B flagged. 

All QC controls are within the established limits. 

ICP-AES Metals - The hold time requirements for this analysis were met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery 
group per the GRP Letter of Instruction. See pages 28 through 34 for QC details. Analytical 
Note(s): 

• Sample results that were less than the reportable limit, however greater than the method 
detection limit were B flagged. 

• Matrix Spikes and Matrix Spike Duplicates were analyzed on samples Bl WDL4 of this 
SDG and B 1 WJH4 (SDG# 20081701). 

Batch QC performed on Sample# B 1 WDL4 
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Attachment 2 
Narrative 

WSCF20081 716 

o Calcium, Magnesium and Sodium concentrations exceeded spiking levels by a 
factor of 4. Spike recoveries are not valid. Check standard was analyzed to 
ensure linearity because the sample results were greater than the calibration 
standard. 

Batch QC performed on Sample# B 1 WJH4 

o Silver and Sodium contamination detected in the Blank was evaluated and 
affected sample results in this worklist were C flagged. 

o Calcium, Magnesium and Sodium concentrations exceeded spiking levels by a 
factor of 4. Spike recoveries are not valid. Check standard was analyzed to 
ensure linearity because the sample results were greater than the calibration 
standard. 

All other QC controls are within the established limits. 

ICP-MS Metals - The hold time requirements for this analysis were met. A Matrix Spike, 
Matrix Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery 
group per the GRP Letter of Instruction. See pages 35 through 36 for QC details. Analytical 
Note(s): 

• Matrix Spikes and Matrix Spike Duplicates were analyzed on samples B 1 WDL3 and 
BI WDL6 of this SDG and B 1 WDX0 (SDG# 20081785). 

All QC controls are within the established limits. 

Organic Comments 

VOA -The hold time requirement for this analysis was met. A Matrix Spike, Matrix Spike 
Duplicate, Blank and Laboratory Control Sample, were analyzed with this delivery group per the 
GRP Letter oflnstruction. See pages 48 through 51 for QC details. Analytical Note(s): 

• Sample results that were less than the lowest calibration standard, however greater than 
the method detection limit, were J flagged. 

• Acetone and Methylene Chloride contamination detected in the Blank was evaluated and 
affected sample results were B flagged. 

All other QC controls are within the established limits. 

Radiochemistry Comments 

Rad Chem -There are no hold times associated with WSCF' s radiochemical methods. A 
Duplicate, Matrix Spike, Blank and Laboratory Control Sample were analyzed with this delivery 
group. See page 53 for QC details. Analytical Note(s): 
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Attachment 2 
Narrative 

WSCF2008 l 7 l 6 

• Tritium - Duplicate and Matrix Spike were analyzed on sample# B 1WF47 (SDG# 
20081696). 

All QC controls are within the established limits. 

I certify that this data package is in compliance with the LOI, both technically and for 
completeness, for other than the conditions detailed above. Release of the data contained in this 
hard copy data package has been authorized by the Laboratory Analytical Manager and Client 

Se.-vic~~J/e following signatures. 

-{)f Ctu(,l.£~- !ft, L 
Scot L. Fitzgerald Pauline D. Mix 
WSCF Analytical Laboratory Manager WSCF Client Services 

3 

7 of 60 



·--- -····-- --- - - - --------------

M4W41-SLF-08-1000 

ATTACHMENT 3 

ANALYTICAL RESULTS 

Consisting of 46 pages 
Including cover page 
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co 
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en 
0 

WSCF 
ANALYTICAL RESULTS REPORT 

for 

GPAP 
Richland, WA 99352 

Attention: Steve Trent E6-35 

Analytical : ....__------~~____,~~r.~--L_1~..rfoe 
Client Services: ?/tdwoy 

All results are reponed on an "as received" basis unless otherwise noted in the comment section. 

This information is intended for the use of the addressee only . If the reader of this report is not the intended recipient 

or is not authorized by the recipient to receive the report, you are hereby notified that any dissemination, distribution or copying of this report 

is strictly prohibited. If you have received this report in error , please notify WSCF Laboratory immediately by telephone at (509) 373-7020 or (509) 531 -8004. 

Information designation of this report is the responsibility of the customer. 

Report#: WSCF20081716 
Report Date: 12-sep-2008 
Repon WGPP/ver. 5. 2 
GPAP Page 1 



wl3qlog v4.2 12-sep-2008 15:04:22 

Department: Inorganic 

Wl3q Worklist/Batch/QC Report for Group# WSCF20081716 

WL# S# Batch QC# Tray Type Sample# Test 
37562 2 38002 42338 BLANK Anions by Ion Chromatography 
37562 13 38002 42338 BLANK Anions by Ion Chromatography 
37562 3 38002 42338 LCS Anions by Ion Chromatography 
37562 5 38002 42338 DUP W08P003904 Anions by Ion Chromatography 
37562 6 38002 42338 MS W08P003904 Anions by Ion Chromatography 
37562 7 38002 42338 MSD W08P003904 Anions by Ion Chromatography 
37562 4 38002 42338 SAMPLE W08P003904 Anions by Ion Chromatography 
37562 7 38002 42338 SPK-RPD W08P003904 Anions by Ion Chromatography 
37562 8 38002 42338 SAMPLE W08P003906 Anions by Ion Chromatography 
37562 9 38002 42338 SAMPLE W08P003907 Anions by Ion Chromatography 
37562 10 38002 42338 SAMPLE W08P003909 Anions by Ion Chromatography 

37710 1 38144 42502 BLANK ICP-200.8 MS All possible meta 
37710 2 38144 42502 LCS ICP-200.8 MS All possible meta 
37710 24 38144 42502 SAMPLE W08P003903 ICP-200.8 MS All possible meta 
37710 4 38144 42502 MS W08P003904 ICP-200.8 MS All possible meta 
37710 5 38144 42502 MSD W08P003904 ICP-200.8 MS All possible meta 
37710 3 38144 42502 SAMPLE W08P003904 ICP-200.8 MS All possible meta 
37710 5 38144 42502 SPK-RPD W08P003904 ICP-200.8 MS All possible meta 
37710 25 38144 42502 SAMPLE W08P003905 ICP-200.8 MS All possible meta 
37710 7 38144 42502 MS W08P003906 ICP-200 . 8 MS All possible meta 
37710 8 38144 42502 MSD W08P003906 ICP-200.8 MS All possible meta 
37710 6 38144 42502 SAMPLE W08P003906 ICP-200.8 MS All possible meta 
37710 8 38144 42502 SPK-RPD W08P003906 ICP-200.8 MS All possible meta 
37710 10 38144 42502 MS W08P004107 ICP-200.8 MS All possible meta 
37710 11 38144 42502 MSD W08P004107 ICP-200.8 MS All possible meta 
37710 11 38144 42502 SPK-RPD W08P004107 ICP-200.8 MS All possible meta 

37843 1 38274 42743 BLANK ICP Metals Analysis, Grd H20 p 
37843 2 38274 42743 LCS ICP Metals Analysis, Grd H20 p 
37843 4 38274 42743 MS W08P003905 ICP Metals Analysis, Grd H20 p 
37843 5 38274 42743 MSD W08P003905 ICP Metals Analysis, Grd H20 p 
37843 3 38274 42743 SAMPLE W08P003905 ICP Metals Analysis, Grd H20 p 
37843 5 38274 42743 SPK-RPD W08P003905 ICP Metals Analysis, Grd H20 p 
37843 6 38274 42743 SAMPLE W08P003906 ICP Metals Analysis, Grd H20 p 
37843 7 38274 42743 SAMPLE W08P003908 ICP Metals Analysis, Grd H20 p 
37843 8 38274 42743 SAMPLE W08P003909 ICP Metals Analysis, Grd H20 p 

37839 1 38269 42786 BLANK ICP Metals Analysis, Grd H20 p 
37839 2 38269 42786 LCS ICP Metals Analysis, Grd H20 p 
37839 4 38269 42786 MS W08P003880 ICP Metals Analysis, Grd H20 p 
37839 5 38269 42786 MSD W08P003880 ICP Metals Analysis, Grd H20 p 
37839 5 38269 42786 SPK-RPD W08P003880 ICP Metals Analysis, Grd H20 p 
37839 20 38269 42786 SAMPLE W08P003903 ICP Metals Analysis, Grd H20 p 
37839 21 38269 42786 SAMPLE W08P003904 ICP Metals Analysis, Grd H20 p 
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wl3qlog v4.2 12-sep-2008 15:04:22 

Department: Organic 

Wl3q Worklist/Batch/QC Report for Group# WSCF20081716 

WL# S# Batch QC# Tray Type Sample# Test 

42764 BLANK VOA Ground Water Protection 
42764 LCS VOA Ground Water Protection 
42764 MS W08P003904 VOA Ground Water Protection 
42764 MSD W08P003904 VOA Ground Water Protection 
42764 SAMPLE W08P003904 VOA Ground Water Protection 
42764 SPK-RPD W08P003904 VOA Ground Water Protection 
42764 SURR W08P003904 VOA Ground Water Protection 
42764 SAMPLE W08P003906 VOA Ground Water Protection 
42764 SURR W08P003906 VOA Ground Water Protection 
42764 SAMPLE W08P003907 VOA Ground Water Protection 
42764 SURR W08P003907 VOA Ground Water Protection 
42764 SAMPLE W08P003909 VOA Ground Water Protection 
42764 SURR W08P003909 VOA Ground Water Protection 
42764 SAMPLE W08P003910 VOA Ground Water Protection 
42764 SURR W08P003910 VOA Ground Water Protection 
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wl3qlog v4 . 2 12-sep-2008 15:04:22 

Department: Radiochemistry 

Wl3q Worklist/Batch/QC Report for Group# WSCF20081716 

WL# S# Batch QC# Tray Type Sample# Test 
3793 0 1 38357 42766 BLANK Tritium by Liq Set column prep 
37930 2 38357 42766 LCS Tritium by Liq Set column prep 
37930 4 38357 42766 DUP W08P003849 Tritium by Liq Set column prep 
37930 3 38357 42766 MS W08P003849 Tritium by Liq Set column prep 
37930 11 38357 42766 SAMPLE W08P003907 Tritium by Liq Set column prep 
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WSCF 
METHOD REFERENCES REPORT Department: Inorganic 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method . Also , a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-505-411 

LA-505-412 

LA-533-410 

LA-505-411: ELEMENTAL ANALYSIS BY INDUCTIVELY COUPLED PLASMA ATOMIC EMISSION SPE 
HEIS 6010_METALS_ICP Inductively Coupled Plasma-Atomic Emmision Spectrometry 

LA-505-412: DETERMINATION OF TRACE ELEMENTS IN WATERS AND WASTES BY INDUCTIVELY 
EPA-600/R-94-111 200.8 DETERMINATION OF TRACE ELEMENTS IN WATERS AND WASTES BY INDUCTIVELY COUPLED PLAS 
HEIS 200.S_METALS_ICPMS Inductively Coupled Plasma - Mass Spectrometry 
HEIS RADISOTOPES_ICPMS Radioisotopes by ICP/MS 

LA-533-410: ANION ANALYSIS BY ION CHROMATOGRAPHY 
EPA-600/R-94-111 300.0 
HEIS 300.0 ANIONS IC - -

DETERMINATION OF INORGANIC ANIONS BY ION CHROMATOGRAPHY 
Determination of Inorganic Anions by Ion Chromatography 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl .gov/phmc/as-dol . 

Report Date: 12-sep-2008 

..a. Report#: WSCF20081716 w 
0 ...... 
a, 
0 

Report WGPPM/5.2 Page 3 



WSCF 
METHOD REFERENCES REPORT Department: Organic 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-523-455 LA-523-455: VOLATILE SAMPLE ANALYSIS BY SW-846 
EPA SW.s46 8000B 
EPA SW-846 8260B 
HEIS 8260 VOA GCMS 

DETERMINA TJVE CHROMATOGRAPHIC SEPARATIONS 
VOLATILE ORGANIC COMPOUNDS BY GAS CHROMATOGRAPHY/MASS SPECTROMETRY (GC/MS) 
Volatile Organic Compounds by Gas Chromatography/Mass Spectrometry (GC/MS) 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl .gov/phmc/as-dol. 

Report Date: 12-sep-2008 
~ 
~ Report# : WSCF20081716 

0 ..., 
0, 
0 

Report WGPPM/5.2 Page 



WSCF 
METHOD REFERENCES REPORT Department: Radiochemistry 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-508-421 LA-508-421 : OPERATION OF THE TRI-CARB MODEL 2500TR LIQUID SCINTILLATION ANALYZER 
HEIS ALPHA LSC A/8 Liquid Scintilillation 
HEIS BET A LSC A/8 Liquid Scintilallation 
HEIS TC99 _ 3MDSK _ LSC TC99 by Liquid Scintillation 
HEIS TRITIUM EIE LSC Tritium Liquid Scintillation 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://www2.rl.gov/phmc/as-dol . 

Report Date : 12-sep-2008 

~ Report# : WSCF20081716 
01 
0 ..., 
a, 
0 

Report WGPPM/5.2 Page 2 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-053 
Sample# W08P003903 
Client ID: BlWDL2 PNNL-GPP Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 

Magnesium 7439-95 -4 

Manganese 7439-96-5 

Nickel 7440-02-0 

Potassium 7440-09-7 

Silver 7440-22-4 

Sodium 7440-23-5 

Antimony 7440-36-0 

Barium 7440-39-3 

Cadmium 7440-43-9 

Chromium 7440-47-3 

Cobalt 7440-48-4 

Copper 7440-50-8 

Vanadium 7440-62-2 

Zinc 7440-66-6 

Calcium 7440-70-2 

St,ontium 7440-24-6 

Beryllium 7440-41 -7 

ICP-200.8 MS All possible meta Prep 
ICP-200.8 MS All possible meta 
Arsenic 7440-38-2 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err= Total Propagated Error 
DF=Dilution Factor 

LA-505-411 u < 25.0 ug/L 

LA-505-411 8 .34e+03 ug/L 

LA-505-411 u < 4.00 ug/L 

LA-505-411 u < 4 .00 ug/L 

LA-505-411 4 .14e+03 ug/L 

LA-505-411 u < 5.00 ug/L 

LA-505-411 C 1.18e+04 ug/L 

LA-505-411 u < 56.0 ug/L 

LA-505-411 22.9 ug/L 

LA '. 505-411 u < 4.00 ug/L 

LA-505-411 u < 13.0 ug/L 

LA-505-411 u < 4 .00 ug/L 

LA-505-411 u < 6 .00 ug/L 

LA-505-411 B 28.1 ug/L 

LA-505-411 u < 9.00 ug/L 

LA-505-411 2.20e + 04 ug/L 

LA-505-411 147 ug/L 

LA-505-411 u < 4.00 ug/L 

LA-505-412 3.36 ug /L 

B - The Analyte detected in both the BLANK and the SAMPLE. lorg) 

C - The Analyte was found in the Associated Blank.(inorg) 

J - Analyte < lowest calibration but > = MDL.lorg) 

U - Analyzed for but not detected above limiting criteria . lorg) 

...1,, • - Indicates results that have NOT been validated; + - Indicates more than six Quali fier symbols 

a, Report WGPP/ver. 5.2 
S, GPAP 
O') 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit OF MDL PQL 

1.00 25 

1.00 50 

1.00 4.0 

1.00 4.0 

1.00 1.7e+02 

1.00 5.0 

1.00 51 

1.00 56 

1.00 4.0 

1.00 4.0 

1.00 13 

1.00 4.0 

1.00 6.0 

1.00 12 

1.00 9 .0 

1.00 73 

1.00 4 .0 

1.00 4.0 

1.00 0.400 

8 - The analyte < the AOL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factorlinorg) 

U - Anal yzed for but not detected above limiting criteria(inorg) 

WSCF2008 l 7 l 6 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 
08/31/08 

09/09 /08 

09/09/08 

09/09/08 

09/09/08 

09/09/08 

09/09/08 

09/09/08 

09/09/08 

09/09/08 

09/09/08 

09/09 /08 

09/09 /08 

09/09 /08 

09/09 /08 

09/09/08 

09/09/08 

09/09/08 

09/09/08 

08/20/08 

08/20/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-053 
Sample# W08P003904 
Client ID: B1WDL3 PNNL-GPP Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 D 0.299 mg/L 

Chloride 16887-00-6 LA-533-4 10 D 6.17 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0 .0256 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 D 4.45 mg/L 

Sulfate 14808-79-8 LA-533-4 10 D 18.2 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd 1120 P 
Iron 7439-89-6 LA-505-411 u < 25 .0 ug/L 

Magnesium 7439-95-4 LA-505-411 8.37e + 03 ug/L 

Manganese 7439-96-5 LA-505-411 u < 4.00 ug /L 

Nickel 7440-02-0 LA-505-411 u < 4.00 ug/L 

Potassium 7440-09-7 LA-505-411 4 .0le +03 ug/L 

Silver 7440-22-4 LA-505-411 u < 5.00 ug/L 

Sodium 7440-23-5 LA-505-411 C l .16e + 04 ug/L 

Antimony 7440-36-0 LA-505-411 u < 56.0 ug/L 

Barium 7440-39-3 LA-505-411 23.3 ug/L 

Cadmium 7440-43-9 LA-505-411 u < 4 .00 ug/L 

Chromium 7440-47-3 LA-505-411 u < 13.0 ug/L 

Cobalt 7440-48-4 LA-505-411 u < 4 .00 ug/L 

Copper 7440-50-8 LA-505-4 11 u < 6.00 ug/L 

Vanadium 7440-62-2 LA-505-411 B 37 .9 ug/L 

Zinc 7440-66-6 LA-505-411 u < 9.00 ug/L 

Calcium 7440-70-2 LA-505-411 2.26e+04 ug/L 

Strontium 7440-24-6 LA-505-411 152 ug/L 

MDL= Minimum Detection Limit 
RQ = Result Qualifier 

B - The Analyte detected in both the BLANK and the SAMPLE .(org) 

C - The Analyte was found in the Associated Blank.(inorg) 

TP Err=Total Propagated Error 
DF=Dilution Factor 

J · Analyte < lowest calibration but > = MDL. (org) 

U - Analyzed for but not detected above limiting criter ia.(org) 

..i. • · Indicates results that have NOT been validated; 

-..., Repon WGPPl ver. 5. 2 a GPAP 

+ - Indicates more than six qualifier symbols 

en 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

2.00 0 .046 

2.00 0 .094 

2.00 0 .026 

2.00 0 .024 

2.00 0 .26 

1.00 25 

1.00 50 

1.00 4.0 

1.00 4 .0 

1.00 l .7e +02 

1.00 5 .0 

1.00 51 

1.00 56 

1.00 4 .0 

1.00 4 .0 

1.00 13 

1.00 4 .0 

1.00 6.0 

1.00 12 

1.00 9.0 

1.00 73 

1.00 4 .0 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor( inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

WSCF20081716 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 

08/13/08 

08/13/08 

08/1 3/08 

08/1 3/08 

08/13/08 

08/31/08 

09/09/08 

09/09/08 

09109 /08 

09/09108 

09/09/08 

09/09/08 

09/09/08 

09/09/08 

09/09 /08 

09/09/08 

09 /09/08 

09/09/08 

09/09 /08 

09/09/08 

09/09/08 

09 /09/08 

09/09/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-053 
Sample # W08P003904 
Client ID: B1WDL3 PNNL-GPP 

WSCF 
Matrix: 

Test Performed CAS # Method RQ Result Unit TPErr 
Beryllium 7440-41 -7 

ICP-200.8 MS All possible meta Prep 
ICP-200.8 MS All possible meta 
Uranium 

Arsenic 

7440-61 -1 

7440-38-2 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF= Dilution Factor 

LA-505-411 

LA-505-412 

LA-505-412 

u < 4 .00 ug/L 

0.675 ug/L 

3 .37 ug/L 

B - The Analyte detected in both the BLANK and the SAMPLE .(orgl 

C - The Analyte was found in the Associated Blank . (inorgl 

J - Analyte < lowest calibration but > = MOL. (orgl 

U - Analyzed for but not detected above limiting criteria . (org) 

~ • • Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 
00 Repon WGPP!ver. 5.2 
S, GPAP 
en 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
1.00 4.0 

1.00 0 .0500 

1.00 0.400 

B - The analyte < the ROL but > = the IDL/MDL (inorgl 

D - Analyte was identified at a secondary dilution factor(inorgl 

U - Analyzed for but not detected above limiting criteria(inorg) 

WSCF20081716 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 
09/09/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-053 
Sample# W08P003905 
Client ID: BlWDIA PNNL-GPP Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 LA-505-411 u < 25.0 ug/L 

Magnesium 7439-95-4 LA-505-411 8.12e+03 ug/L 

Manganese 7439-96-5 LA-505-411 u < 4 .00 ug/L 

Nickel 7440-02-0 LA-505-411 u < 4 .00 ug/L 

Potassium 7440-09-7 LA-505-411 3.41e+03 ug/L 

Silver 7440-22-4 LA-505-411 u < 5.00 ug/L 

Sodium 7440-23-5 LA-505-411 9.96e + 03 ug/L 

Antimony 7440-36-0 LA-505-411 u < 56 .0 ug/L 

Barium 7440-39-3 LA-505-411 21 .3 ug/L 

Cadmium 7440-43-9 LA-505-411 u < 4 .00 ug/L 

Chromium 7440-47-3 LA-505-411 u < 13.0 ug/L 

Cobalt 7440-48-4 LA-505-411 u < 4.00 ug/L 

Copper 7440-50-8 LA-505-411 u < 6 .00 ug/L 

Vanadium 7440-62-2 LA-505-411 B 24.9 ug/L 

Zinc 7440-66-6 LA-505-411 u < 9.00 ug/L 

Calcium 7440-70-2 LA-505-411 2.38e +04 ug/L 

Strontium 7440-24-6 LA-505-411 150 ug/L 

Beryllium 7440-41 -7 LA-505-411 u < 4 .00 ug/L 

ICP-200.8 MS All possible meta Prep 
ICP-200.8 MS All possible meta 
Arsenic 7440-38-2 LA-505-412 3.38 ug/L 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 

B - The Analyte detected in both the BLANK and the SAMPLE .(org) 

C - The Analyte was found in the Associated Blank.(inorg) 

TP Err=Total Propagated Error 
DF=Dilution Factor· 

J - Analyte < lowest calibration but > = MDL. (org) 

U - Analyzed for but not detected above limiting criteria.(org) 

-Jo. • - Indicates resu lts that have NOT been validated ; 

CD Report WGPP!ver. 5.2 a GPAP 

+ - Indicates more than six qualifier symbols 

(7) 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 25 

1.00 50 

1.00 4 .0 

1.00 4 .0 

1.00 1.7e + 02 

1.00 5.0 

1.00 51 

1.00 56 

1.00 4 .0 

1.00 4 .0 

1.00 13 

1.00 4 .0 

1.00 6.0 

1.00 12 

1.00 9 .0 

1.00 73 

1.00 4 .0 

1.00 4 .0 

1.00 0.400 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

WSCF20081716 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 
08/31/08 

09/05/08 

09/05/08 

09 /05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

08/20/08 

08/20/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-053 
Sample# W08P003906 
Client ID: B1WDL5 PNNL-GPP Matrix: 

WSCF 
Test Perfonned CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 D 0 .327 mg /L 

Chloride 16887-00-6 LA-533-410 D 6 .13 mg /L 

Nitrogen in Nitrite N02-N LA-533-410 OU < 0 .0256 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 D 4 .43 mg/L 

Sulfate 14808-79-8 LA-533-410 D 18.1 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 LA-505-411 B 98 .5 ug/L 

Magnesium 7439-95-4 LA-505-411 7.90e + 03 ug/L 

Manganese 7439-96-5 LA-505-411 u < 4 .00 ug /L 

Nickel 7440-02-0 LA-505-411 u < 4 .00 ug/L 

Potassium 7440-09-7 LA-505-411 3.40e + 03 ug /L 

Silver 7440-22-4 LA-505-411 u < 5.00 ug/L 

Sodium 7440-23-5 LA-505-411 1.00e + 04 ug/L 

Antimony 7440-36-0 LA-505-411 u < 56.0 ug/L 

Barium 7440-39-3 LA-505-411 20.7 ug/L 

Cadmium 7440-43-9 LA-505-411 u < 4.00 ug/L 

Chromium 7440-47-3 LA-505-411 u < 13.0 ug/L 

Cobalt 7440-48-4 LA-505-411 u < 4.00 ug /L 

Copper 7440-50-8 LA-505-411 u < 6.00 ug /L 

Vanadium 7440-62-2 LA-505-411 B 32.3 ug/L 

Zinc 7440-66-6 LA-505-411 u < 9.00 ug/L 

Calcium 7440-70-2 LA-505-411 2.34e + 04 ug /L 

Strontium 7440-24-6 LA-505-411 147 ug/L 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 

B - The Analyte detected in both the BLANK and the SAMPLE .(org) 

C - The Analyte was found in the Associated Blank.(inorgl 

TP Err=Total Propagated Error 
DF=Dilution Factor 

J - Analyte < lowest calibration but > = MDL.(org) 

U - Analyzed for but not detected above limiting criteria . (org) 

N • - Indicates results that have NOT been validated; 

O Report WGPP!ver. 5. 2 a GPAP 

+ • Indicates more than six qualifier symbols 

a, 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit OF MDL PQL 

2.00 0 .046 

2.00 0 .094 

2.00 0 .026 

2.00 0.024 

2.00 0 .26 

1.00 25 

1.00 50 

1.00 4.0 

1.00 4.0 

1.00 1.7e + 02 

1.00 5.0 

1.00 51 

1.00 56 

1.00 4 .0 

1.00 4.0 

1.00 13 

1.00 4.0 

1.00 6.0 

1.00 12 

1.00 9.0 

1.00 73 

1.00 4.0 

B · The analyte < the AOL but > = the IOL/MDL (inorg) 

D - Analyte was ident ified at a secondary dilution factor(inorgl 

U - Analyzed for but not detected above limiting criteria(inorgl 

WSCF20081716 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 

08/13/08 

08/13/08 

08/13/08 

08/ 13/08 

08/13/08 

08/31/08 

09/05 /08 

09/05 /08 

09/05 /08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09 /05 /08 

09/05 /08 

09/05/08 

09/05/08 

09/05/08 

09/05 /08 

09/05/08 

09/05/08 

09 /05/08 

09/05/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-053 
Sample # W08P003906 
Client ID: B1WDL5 PNNL-GPP 

WSCF 
Matrix: 

Test Performed CAS # Method RQ Result Unit TP Err 
Beryllium 7440-4 1-7 

ICP-200.8 MS All possible meta Prep 
ICP-200.8 MS AU possible meta 
Uranium 

Arsenic 

7440-61 -1 

7440-38-2 

MDL= Minimum Detection Limit 
RQ=Rcsult Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

LA-50 5-411 

LA-505-412 

LA-505-412 

u < 4 .00 ug/L 

0 .665 ug /L 

3 .46 ug/L 

8 · The Analyte detected in both the BLANK and the SAMPLE .(org) 

C - The ·Analyte was found in the Associated Blank.(inorg) 

J - Analyte < lowest calibra tion but > = MDL.(org) 

U - Analyzed for but not detected above limi ting cri teria .(org) 

I\) • - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

....i. Repon WGPP/ver. 5.2 a GPAP 

O> 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
1.00 4 .0 

1.00 0 .0500 

1.00 0.400 

B - The analyte < the AOL but > = the IDL/MDL (inorg) 

D - Analyte was ident ified at a secondary dilu t ion fac tor( inorg) 

U • Analyzed for but not detected above limit ing criteria(inorg) 

WSCF20081716 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 
09/05/08 

08/20/08 

08/20/08 

08/20/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-044 
Sample # W08P003907 
Client ID: B 1 VlA6 PNNL-GPP Matrix: 

WSCF 
Test Performed CAS # Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 80 0 .0815 mg/L 

Chloride 16887-00-6 LA-533-410 D 32.1 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 80 0 .151 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 D 27 .7 mg/L 

Sulfate 14808-79-8 LA-533-410 D 80.5 mg/L 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 

8 · The Analyte detected in both the BLANK and the SAMPLE .(org) 

C - The Analyte was found in the Associated Blank .(inorg) 

TP Err=Total Propagated Error 
DF = Dilution Factor 

J · Analyte < lowest calibration but > ~ MOL. (org) 

U • Analyzed for but not detected above limiting criteria .(org) 

N • · Indicates results that have NOT been val idated; 

N Report WGPPlver. 5.2 
+ - Indicates more than six qualifier symbols 

a GPAP 
0) 
0 

WATER 

Unit DF 

2.00 

2.00 

2.00 

10.00 

2.00 

Group#: 
Department: 
Sampled: 
Received: 

MDL PQL 

0.046 

0.094 

0 .026 

0 .12 

0.26 

8 - The analyte < the AOL but > ~ the IOL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U · Analyzed for but not detected above limiting criteria(inorgl 

WSCF20081716 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-054 
Sample# W08P003908 
Client ID: B1WFB3 PNNL-GPP Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 LA-505-411 8 41.7 ug/L 

Magnesium 7439-95-4 LA-505-411 1.82e + 04 ug/L 

Manganese 7439-96-5 LA-505-411 u < 4 .00 ug/L 

Nickel 7440-02-0 LA-505-411 u < 4 .00 ug/L 

Potassium 7440-09-7 LA-505-411 4.76e + 03 ug/L 

Silver 7440-22-4 LA-505-411 u < 5.00 ug /L 

Sodium 7440-23-5 LA-505-411 1.88e +04 ug/L 

Antimony 7440-36-0 LA-505-411 u < 56.0 ug/L 

Barium 7440-39-3 LA-505-411 64.4 ug /L 

Cadmium 7440-43-9 LA-505-411 u < 4.00 ug /L 

Chromium 7440-47-3 LA-505-411 u < 13.0 ug/L 

Cobalt 7440-48-4 LA-505-411 u < 4 .00 ug/L 

Copper 7440-50-8 LA-505-411 u < 6.00 ug/L 

Vanadium 7440-62-2 LA-505-411 8 16.0 ug/L 

Zinc 7440-66-6 LA-505-411 u < 9.00 ug/L 

Calcium 7440-70-2 LA-505-411 6 .38e + 04 ug/L 

Strontium 7440-24-6 LA-505-411 364 ug/L 

Beryllium 7440-41 -7 LA-505-411 u < 4 .00 ug/L 

MDL=Minimum Detection Limit 
RQ = Result Qualifier 

B - The Analyte detected in both the BLANK and the SAMPLE .(org) 

C - The Analyte was found in the Associated Blank .(inorg) 

TP Err= Total Propagated Error 
DF=Dilution Factor 

J - An alyte < lowest calibration but > = MDL.(org) 

U - Analyzed for but not detected above limiting criteria . (org) 

N • - Indicates results that have NOT been validated; 

c..> Repon WGPP/ver. 5.2 
S, GPAP 

+ · Indicates more than six qualifier symbols 

0, 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 25 

1.00 50 

1.00 4 .0 

1.00 4 .0 

1.00 1.7e + 02 

1.00 5 .0 

1.00 51 

1.00 56 

1.00 4 .0 

1.00 4.0 

1.00 13 

1.00 4 .0 

1.00 6 .0 

1.00 12 

1.00 9 .0 

1.00 73 

1.00 4 .0 

1.00 4.0 

B - The analyte < the AOL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor( inorg) 

U - Analyzed for but not detected above limiting cri teria( inorg) 

WSCF20081716 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 
08/31/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 

09 /05/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-054 
Sample# W08P003909 
Client ID: B1WFB4 PNNL-GPP Matrix: 

WSCF 
Test Performed CAS# Method RQ Result Unit TP Err 
Anions by Ion Chromatography 
Fluoride 16984-48-8 LA-533-410 D 0 .289 mg/L 

Chloride 16887-00-6 LA-533-410 D 15.8 mg/L 

Nitrogen in Nitrite N02-N LA-533-410 DU < 0.0256 mg/L 

Nitrogen in Nitrate N03-N LA-533-410 D 38.3 mg/L 

Sulfate 14808-79-8 LA-533-410 D 31 .7 mg/L 

ICP Metals Analysis, Grd H20 P Prep 
ICP Metals Analysis, Grd H20 P 
Iron 7439-89-6 LA-505-411 248 ug/L 

Magnesium 7439-95-4 LA-505-411 1.70e + 04 ug/L 

Manganese 7439-96-5 LA-505-411 u < 4 .00 ug/L 

Nickel 7440-02-0 LA-505-411 u < 4 .00 ug/L 

Potassium 7440-09-7 LA-505-411 4.45e+ 03 ug/L 

Silver 7440-22-4 LA-505-411 u < 5.00 ug/L 

Sodium 7440-23-5 LA-505-411 1.77e + 04 ug/L 

Antimony 7440-36-0 LA-505-411 u < 56.0 ug /L 

Barium 7440.39.3 LA-505-411 59 .2 ug/L 

Cadmium 7440.43.9 LA-505-411 u < 4 .00 ug /L 

Chromium 7440-47-3 LA-505-411 u < 13.0 ug/L 

Cobalt 7440-48-4 LA-505-411 u < 4.00 ug /L 

Copper 7440-50-8 LA -505-411 u < 6.00 ug /L 

Vanadium 7440-62-2 LA-505-411 u < 12.0 ug /L 

Zinc 7440-66-6 LA-505-411 B 31 .2 ug /L 

Calcium 7440-70-2 LA-505-411 5.89e + 04 ug /L 

Strontium 7440-24-6 LA-505-411 340 ug /L 

MDL=Minimum Detection Limit 
RQ = Result Qualifier 

B · The Analyte detected in both the BLANK and the SAMPLE .(orgl 

C - The Analyte was found in the Associated Blank.(inorg) 

TP Err=Total Propagated Error 
DF=Dilution Factor 

J · Analyte < lowes t c alibration but > = MDL.(orgl 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

2.00 0.046 

2.00 0 .094 

2.00 0 .026 

10.00 0 .12 

2.00 0.26 

1.00 25 

1.00 50 

1.00 4.0 

1.00 4 .0 

1.00 1.7e + 02 

1.00 5.0 

1.00 51 

1.00 56 

1.00 4.0 

1.00 4.0 

1.00 13 

1.00 4.0 

1.00 6.0 

1.00 12 

1.00 9.0 

1.00 73 

1.00 4 .0 

B · The analyte < the AOL but > = the IDL/MDL (inorg} 

D - Analyte was identified at a secondary dilution factor(inorgl 

U · Analyzed for but not detected above limiting criteri a(inorg} 

U · Analyzed for but not detected above limiting criteria. (org) 

+ - Indicates more than six qualifier symbols I\J • · Indicates results that have NOT been val idated; 
.,::. 
0 
~ 

O'> 
0 

Report WGPP!ver. 5. 2 
GPAP 

WSCF20081716 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 

08/13/08 

08 /13/08 

08 /13/08 

08/13/08 

08/13/08 

08/31/08 

09/05/08 

09/05/08 

09/05/08 

09/05 /08 

09 /05/08 

09 /05/08 

09/05/08 

09/05 /08 

09/05/08 

09/05 /08 

09/05 /08 

09 /05 /08 

09 /05/08 

09/05/08 

09/05/08 

09/05/08 

09/05/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-054 
Sample # W08P003909 
Client ID: B1WFB4 PNNL-GPP 

WSCF 
Matrix: 

Test Performed CAS # Method RQ Result Unit TP Err 
Beryllium 7440-41 -7 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilutioo Factor 

LA-505-411 U < 4.00 ug/L 

B • The Analyte detected in both the BLANK and the SAMPLE .(org) 

C • The Analyte was found in the Associated Blank .(inorg) 

J • Analyte < lowest calibration but > = MDL. (org) 

U • Analyzed for but not detected above limiting criteria . (org) 

I\) • · Indicates results that have NOT been validated ; + • Indicates more than six qualifier symbols 

u, Repon WGPP/ver. 5.2 a GPAP 
a, 
0 

WATER 

Unit DF 
1.00 

MDL 
4 .0 

Group#: 
Department: 
Sampled: 
Received: 

PQL 

B • The analyte < the RDL but > ~ the IDL/MDL (inorg) 

D • Analyte was identified at a secondary dilution factor(inorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

WSCF2008 l 716 
Inorganic 
08/12/08 
08/12/08 

Analysis Date 
09/05/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 08/12/08 
Test: Anions by Ion Chromatography Receive Date:08/12/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W08P003904 
BATCH QC ASSOCIATED WITH SAMPLE 
OUP Chloride 16887-00-6 6 .1656 RPO 0 .066 20.000 08/13/08 

OUP Fluoride 16984-48-8 0.3046 RPO 1.956 20.000 08/13/08 

OUP Nitrogen in Nitrite N02-N < 2.56e-2 RPO n/a 20.000 u 08/13/08 

OUP Nitrogen in Nitrate N03-N 4.4579 RPO 0 .238 20.000 08/13/08 

OUP Sulfate 14808-79-8 18.1507 RPO 0 .431 20.000 08/13/08 

MS Chloride 16887-00-6 0.8277 83.186 % Recov 80.000 120.000 08/ 13/08 

MS Fluoride 16984-48-8 0.5663 114.868 % Aecov 80.000 120.000 08/13/08 

MS Nitrogen in Nitrite N02-N 0.4392 89 .268 % Aecov 80.000 120.000 08/13/08 

MS Nitrogen in Nitrate N03-N 0.4166 93.408 % Recov 80.000 120.000 08/ 13/08 

MS Sulfate 14808-79-8 1.7765 90.638 % Recov 80.000 120.000 08/ 13/08 

MSO Chloride 16887-00-6 0 .9322 93 .688 % Aecov 80.000 120.000 08/13/08 

MSO Fluoride 16984-48-8 0 .5614 113.874 % Recov 80.000 120.000 08/13/08 

MSO Nitrogen in Nitrite N02-N 0 .4404 89 .512 % Recov 80.000 120.000 08/13/08 

MSO Nitrogen in Nitrate N03-N 0.409 91 .704 % Aecov 80.000 120.000 08/13/08 

MSO Sulfate 14808-79-8 1. 74765 89.166 % Aecov 80.000 120.000 08/13/08 

SPK-APO Chloride 16887-00-6 93.688 RPO 11 .875 20.000 08/13/08 

SPK-APO Fluoride 16984-48-8 113.874 RPO 0.869 20.000 08/13/08 

SPK-RPO Nitrogen in Nitrite N02-N 89 .512 RPO 0.273 20.000 08/13/08 

SPK-RPO Nitrogen in Nitrate N03-N 91 .704 RPO 1.841 20.000 08/13/08 

SPK-RPO Sulfate 14808-79-8 89 .166 RPO 1.637 20.000 08/13/08 

BATCH QC 
BLANK Chloride 16887-00-6 <4.69e-2 n/a mg/L 0 .000 0.030 u 08/13/08 

BLANK Chloride 16887-00-6 <4.69e-2 n/a mg/L 0.000 0 .030 u 08/12/08 

BLANK Fluoride 16984-48-8 < 2.32e-2 n/a mg/L 0.000 0 .030 u 08/ 13/08 

BLANK Fluoride 16984-48-8 <2.32e-2 n/a mg/L 0 .000 0 .030 u 08/12/08 

I\.) Report w13gq/rev.4.2 p 6 a, 

0 
1 2-sep-2008 15:04:29 -a, 

0 



WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081716 
Matrix: WATER 
Test: Anions by Ion Chromatography 

QC 
Type Analyte 
BLANK Nitrogen in Nitrite 

BLANK Nitrogen in Nitrite 

BLANK Nitrogen in Nitrate 

BLANK Nitrogen in Nitrate 

BLANK Sulfate 

BLANK Sulfate 

LCS Chloride 

LCS Fluoride 

LCS Nitrogen in Nitrite 

LCS Nitrogen in Nitrate 

LCS Sulfate 

I\) Report w13gq/rev .4.2 p 7 

-..J 1 2-sep-2008 15:04: 29 

0 -a, 
0 

CAS# 
N02-N 

N02-N 

N03-N 

N03-N 

14808-79-8 

1480B-79-8 

16887-00-6 

16984-48-8 

N02-N 

N03-N 

14808-79-8 

QC Found 
< 1.2Be-2 

< 1.28e-2 

<1.21e-2 

< 1.21e-2 

< 0 .132 

< 0 .132 

193.621 

106.4775 

96.0986 

91 .4713 

385.2816 

Lower Upper 
QC Yield Units Limit Limit 

n/a mg/L 0.000 0 .020 

n/a mg/L 0.000 0 .020 

n/a mg/L 0 .000 0 .040 

n/a mg/L 0.000 0.040 

n/a mg/L 0 .000 0 .200 

n/a mg/L 0.000 0 .200 

96.329 % Recov 80.000 120.000 

106.905 % Recov 80.000 120.000 

96.679 % Recov 80.000 120.000 

101 .522 % Recov 80.000 120.000 

97 .293 % Recov 80.000 120.000 

Department: Inorganic 

Sample Date: 
Receive Date: 

RPD Analysis 
RPO(%) Limit RQ Date 

u 08/12/08 

u 08/13/08 

u 08/12/08 

u 08/13/08 

u 08/13/08 

u 08/12/0B 

08/13/08 

08/13/08 

08/13/08 

08/13/08 

08/13/06 



WSCF ANALITICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 08/12/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:08/12/08 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

Lab ID: W08P003905 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Silver 7440-22-4 909.9 90.990 % Recov 75 .000 125.000 09/05/08 

MS Barium 7440-39-3 466 .5 93.300 % Recov 75 .000 125.000 09/05/08 

MS Beryllium 7440-41 -7 475 .2 95.040 % Recov 75 .000 125.000 09/05/08 

MS Calcium 7440-70-2 1620 162.000 % Recov 75 .000 125.000 09/05/08 

MS Cadmium 7440-43-9 959.9 95 .990 % Recov 75 .000 125.000 09 /05/08 

MS Cobalt 7440-48-4 909.3 90.930 % Recov 75.000 125.000 09/05 /08 

MS Chromium 7440-47-3 941 .8 94.180 % Recov 75.000 125.000 09 /05/08 

MS Copper 7440-50-8 901 90.100 % Recov 75.000 125.000 09/05/08 

MS Iron 7439-89-6 968.1 96.810 % Recov 75.000 125.000 09/05 /08 

MS Potassium 7440-09-7 9136 91.360 % Recov 75.000 125.000 09/05/08 

MS Magnesium 7439-95-4 1090 109.000 % Recov 75.000 125.000 09/05/08 

MS Manganese 7439-96-5 946. 8 94.680 % Recov 75.000 125.000 09 /05/08 

MS Sodium 7440-23-5 1155 115.500 % Recov 75.000 125.000 09/05/08 

MS Nickel 7440-02-0 962 96.200 % Recov 75 .000 125.000 09/05/08 

MS Antimony 7440-36-0 943.2 94.320 % Recov 75 .000 125.000 09/05108 

MS Strontium 7440-24-6 440.6 88.120 % Recov 75.000 125.000 09105/08 

MS Vanadium 7440-62-2 943 .5 94.350 % Recov 75 .000 125.000 09105/08 

MS Zinc 7440-66-6 963 .4 96.340 % Recov 75 .000 125.000 09105/08 

MSD Silver 7440-22-4 919 .9 91.990 % Recov 75.000 125.000 09105/08 

MSD Barium 7440-39-3 473 .4 94.680 % Recov 75.000 125.000 09/05108 

MSD Beryll ium 7440-41-7 480.2 96.040 % Recov 75.000 125.000 09105108 

MSD Calcium 7440-70-2 1450 145.000 % Recov 75.000 125.000 09/05108 

MSD Cadmium 7440-43-9 972.4 97 .240 % Recov 75 .000 125.000 09105108 

MSD Cobalt 7440-48-4 916.3 91 .630 % Recov 75.000 125.000 09/05108 

MSD Chromium 7440-47-3 943.4 94.340 % Recov 75.000 125.000 09/05/08 

MSD Copper 7440-50-8 919 .9 91 .990 % Recov 75.000 125.000 09/05108 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 08/12/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:08/12/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
MSD Iron 7439-89-6 1039 103.900 % Recov 75.000 125.000 09/05/08 

MSD Potassium 7440-09-7 9476 94.760 % Recov 75 .000 125.000 09/05/08 

MSO Magnesium 7439-95-4 1219 121 .900 % Recov 75 .000 125.000 09 /05/08 

MSO Manganese 7439-96-5 953.2 95 .320 % Recov 75.000 125.000 09/05 /08 

MSO Sodium 7440-23-5 1425 142.500 % Recov 75 .000 125.000 09/05/08 

MSO Nickel 7440-02-0 966 96.600 % Recov 75 .000 125.000 09/05/08 

MSD Antimony 7440-36-0 980.8 98.080 % Re cov 75.000 125.000 09/05 /08 

MSO Strontium 7440-24-6 446.9 89.380 % Recov 75.000 125.000 09/05/08 

MSO Vanadium 7440-62-2 939.2 93.920 % Recov 75.000 125.000 09/05 /08 

MSD Zinc 7440-66-6 973 97 .300 % Recov 75 .000 125.000 09/05/08 

SPK-RPO Silver 7440-22-4 91.990 APO 1.093 20.000 09/05 /08 

SPK-APO Barium 7440-39-3 94.680 RPO 1.468 20.000 09/05/08 

SPK-APO Beryllium 7440-41 -7 96.040 APO 1.047 20.000 09/05/08 

SPK-APO Calcium 7440-70-2 145.000 APO 11.075 20.000 09/05/08 

SPK-RPO Cadmium 7440-43-9 97 .240 RPO 1.294 20.000 09/05/08 

SPK-APO Cobalt 7440-48-4 91 .630 APO 0 .767 20.000 09/05/08 

SPK-RPO Chromium 7440-47-3 94.340 APO 0 .170 20.000 09/05/08 

SPK-APO Copper 7440-50-8 91 .990 RPO 2.076 20.000 09/05 /08 

SPK-APO Iron 7439-89-6 103.900 RPO 7 .065 20.000 09/05/08 

SPK-RPO Potassium 7440-09-7 94.760 RPO 3 .654 20.000 09/05/08 

SPK-APD Magnesium 7439-95-4 121 .900 RPO 11 .174 20.000 09/05/08 

SPK-RPO Manganese 7439-96-5 95 .320 APD 0 .674 20.000 09/05/08 

SPK-APD Sodium 7440-23-5 142.500 APO 20.930 20.000 • 09 /05 /08 

SPK-RPD Nickel 7440-02-0 96.600 RPO 0.415 20.000 09/05/08 

SPK-APD Antimony 7440-36-0 98.080 RPD 3.909 20.000 09/05 /08 

SPK-APD Strontium 7440-24-6 89 .380 APD 1.420 20.000 09/05/08 

SPK-RPD Vanadium 7440-62-2 93.920 APO 0.457 20.000 09/05/08 

SPK-APO Zinc 7440-66-6 97 .300 APO 0 .992 20.000 09/05/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 
Test: ICP Metals Analysis, Grd H20 P Receive Date: 

QC Lower Upper RPO Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 

BATCH QC 
BLANK Silver 7440-22-4 < 5 n/a ug/L u 09/0 5/08 

BLANK Barium 7440-39-3 < 4 n/a ug/L u 09/05/08 

BLANK Beryllium 7440-4 1-7 < 4 n/a ug/L u 09/05/08 

BLANK Calcium 7440-70-2 < 73 n/a ug/L u 09/05/08 

BLANK Cadmium 7440-43-9 < 4 n/a ug/L u 09/05/08 

BLANK Cobalt 7440-48-4 < 4 n/a ug/L u 09/05/08 

BLANK Chro mium 7440-47-3 < 13 n/a ug/L u 09/05/08 

BLANK Copper 7440-50-8 < 6 n/a ug/L u 09105/08 

BLANK Iron 7439-89-6 < 25 n/a ug/L u 09105/08 

BLANK Potassium 7440-09-7 < 170 n/a ug/L u 09/05/08 

BLANK Magnesium 7439-95-4 < 50 n/a ug/L u 09/05108 

BLANK Manganese 7439-96-5 < 4 n/a ug/L u 09/05108 

BLANK Sodium 7440-23-5 < 51 nla ug/L u 09/05108 

BLANK Nickel 7440-02-0 < 4 n/a ug/L u 09 /05/08 

BLANK Antimony 7440-36-0 < 56 n/a ug/L u 09105/08 

BLANK Strontium 7440-24-6 <4 n/a ug/L u 09105/08 

BLANK Vanadium 7440-62-2 < 12 n/a ug/L u 09/05/08 

BLANK Zinc 7440-66-6 < 9 n/a ug/L u 09 /05/08 

LCS Silver 7440-22-4 924 .2 92.420 % Recov 80.000 120.000 09/05/08 

LCS Barium 7440-39-3 467 .2 93 .440 % Recov 80.000 120.000 09/05108 

LCS Beryll ium 7440-41 -7 486 97 .200 % Aecov 80.000 120.000 09/05/08 

LCS Calcium 7440-70-2 1001 100.100 % Aecov 80.000 120.000 09/05/08 

LCS Cadmium 7440-43-9 989 .2 98.920 % Aecov 80.000 120.000 09/05108 

LCS Cobalt 7440-48-4 935.1 93.510 % Aecov 80.000 120.000 09/05/08 

LCS Chromium 7440-47-3 949 .9 94.990 % Recov 80.000 120.000 09/05108 

LCS Copper 7440-50-8 934.9 93.490 % Recov 80.000 120.000 09/05 /08 

LCS Iron 7439-89-6 964.7 96.470 % Aecov 80.000 120 .000 09/05/08 

LCS Potassium 7440-09-7 9445 94.450 % Recov 80.000 120.000 09/05/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 
Test: ICP Metals Analysis, Grd H20 P Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
LCS Magnesium 7439-95-4 926.7 92.670 % Recov 80.000 120.000 09/05/08 

LCS Manganese 7439-96-5 954.9 95.490 % Recov 80.000 120.000 09 /05/08 

LCS Sodium 7440-23-5 856.4 85.640 % Recov 80.000 120.000 09/05/08 

LCS Nickel 7440-02-0 990.9 99.090 % Recov 80.000 120.000 09/05/08 

LCS Antimony 7440-36-0 990.9 99.090 % Recov 80.000 120.000 09/05/08 

LCS Strontium 7440-24-6 434.3 86.860 % Recov 80.000 120.000 09/05/08 

LCS Vanadium 7440-62-2 935.6 93.560 % Recov 80.000 120.000 09/05 /08 

LCS Zinc 7440-66-6 989 .9 98.990 % Recov 80.000 120.000 09/05/08 

Lab ID: W08P003880 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Silver 7440-22-4 949.3 94.930 % Recov 75 .000 125.000 09/09/08 

MS Barium 7440-39-3 474.8 94.960 % Recov 75.000 125.000 09/09/08 

MS Berylli um 7440-41 -7 490.6 98.120 % Recov 75 .000 125.000 09/09/08 

MS Calcium 7440-70-2 -4800 -480.000 % Recov 75 .000 125.000 09/09/08 

MS Cadmium 7440-43-9 950 95.000 % Recov 75.000 125.000 09/09/08 

MS Cobalt 7440-48-4 899 .8 89.980 % Recov 75.000 125.000 09/09/08 

MS Chromium 7440-47-3 924.6 92.460 % Recov 75.000 125.000 09/09/08 

MS Copper 7440-50-8 920.6 92.060 % Recov 75.000 125.000 09/09 /08 

MS Iron 7439-89-6 929 .5 92 .950 % Recov 75.000 125.000 09/09/08 

MS Potassium 7440-09-7 9250 92.500 % Recov 75.000 125.000 09/09/08 

MS Magnesium 7439-95-4 -1350 -135.000 % Recov 75.000 125.000 09/09/08 

MS Manganese 7439-96-5 948.8 94.880 % Recov 75.000 125.000 09/09/08 

MS Sodium 7440-23-5 -1600 -160.000 % Recov 75.000 125.000 09/09/08 

MS Nickel 7440-02-0 883.3 88.330 % Recov 75.000 125.000 09/09/08 

MS Antimony 7440-36-0 937.7 93.770 % Recov 75.000 125.000 09/09/08 

MS Strontium 7440-24-6 439 87 .800 % Recov 75 .000 125.000 09/09/08 

MS Vanadium 7440-62-2 934.7 93.470 % Recov 75.000 125.000 09/09/08 

MS Zinc 7440-66-6 929.2 92.920 % Recov 75.000 125.000 09/09/08 

MSD Silver 7440-22-4 948.9 94.890 % Recov 75 .000 125.000 09/09/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 08/11/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:08/ 11/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
MSO Barium 7440-39-3 479 .8 95.960 % Recov 75 .000 125.000 09/09/08 

MSD Beryllium 7440-41 -7 491 .8 98.360 % Recov 75.000 125.000 09/09/08 

MSD Calcium 7440-70-2 -1200 -120.000 % Recov 75.000 125.000 09/09/08 

MSD Cadmium 7440-43-9 946.3 94.630 % Recov 75.000 125.000 09/09/08 

MSD Cobalt 7440-48-4 906.8 90.680 % Recov 75.000 125.000 09/09/08 

MSO Chromium 7440-47-3 939.4 93.940 % Recov 75.000 125.000 09/09/08 

MSO Copper 7440-50-8 918.4 91 .840 % Recov 75.000 125.000 09/09/08 

MSO Iron 7439-89-6 931 .5 93.150 % Reco v 75 .000 125.000 09/09/08 

MSD Potassium 7440-09-7 8530 85 .300 % Recov 75 .000 125.000 09/09/08 

MSD M agnesium 7439-95-4 -1010 -101 .000 % Recov 75 .000 125.000 09/09/08 

MSO Manganese . 7439-96-5 955 .8 95 .580 % Recov 75 .000 125.000 09/09/08 

MSO Sodium 7440-23-5 -4300 -430.000 % Recov 75 .000 125.000 09/09/08 

MSO Nickel 7440-02-0 885.3 88.530 % Recov 75 .000 125.000 09/09/08 

MSO Antimony 7440-36-0 911 .5 91 .150 % Recov 75.000 125.000 09/09/08 

MSO Strontium 7440-24-6 470 94.000 % Recov 75.000 125.000 09/09/08 

MSO Vanadium 7440-62-2 952 .3 95.230 % Recov 75 .000 125.000 09/09/08 

MSO Zinc 7440-66-6 927.3 92 .730 % Recov 75 .000 125.000 09/09/08 

SPK-RPO Silver 7440-22-4 94.890 RPO 0 .042 20.000 09/09/08 

SPK-RPO Barium 7440-39-3 95 .960 RPO 1.048 20.000 09/09/08 

SPK-RPO Beryllium 7440-41 -7 98.360 RPO 0 .244 20.000 09/09/08 

SPK-RPO Calcium 7440-70-2 -120.000 RPO -120.000 20.000 • 09/09/08 

SPK-RPO Cadmium 7440-43-9 94.630 RPO 0 .390 20.000 09/09/08 

SPK-RPO Cobalt 7440-48-4 90.680 RPO 0.775 20.000 09/09/08 

SPK-RPO Chromium 7440-47-3 93.940 RPO 1.588 20.000 09/09/08 

SPK-RPO Copper 7440-50-8 91.840 RPO 0 .239 20.000 09/09/08 

SPK-RPO Iron 7439-89-6 93.150 APO 0 .215 20.000 09/09/08 

SPK-RPO Potassium 7440-09-7 85.300 RPO 8 .099 20.000 09/09/08 

SPK-RPO Magnesium 7439.95.4 -101 .000 APO -28.814 20.000 • 09/09/08 

SPK-RPO Manganese 7439-96-5 95 .580 APO 0.735 20.000 09/09/08 

SPK-RPO Sodium 7440-23-5 -430.000 APO -91 .525 20.000 • 09/09/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Nwnber: WSCF20081716 
Matrix: WATER Sample Date: 08/11/08 
Test: ICP Metals Analysis, Grd H20 P Receive Date:08/11/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
SPK-RPO Nickel 7440-02-0 88.530 RPD 0 .226 20.000 09/09/08 

SPK-RPD Antimony 7440-36-0 91.150 RPD 2.834 20.000 09/09/08 

SPK-RPD Strontium 7440-24-6 94_000 RPD 6.821 20.000 09/09/08 

SPK-RPD Vanadium 7440-62-2 95_230 RPO 1.865 20.000 09/09/08 

SPK-RPD Zinc 7440-66-6 92.730 RPO 0 .205 20.000 09/09/08 

BATCH QC 
BLANK Silver 7440-22-4 6 6.000 ug/L 09/09/08 

BLANK Barium 7440-39-3 < 4 n/a ug/L u 09/09/08 

BLANK Beryllium 7440-41 -7 < 4 n /a ug/L u 09/09/08 

BLANK Calcium 7440-70-2 <73 n/a ug/L u 09/09/08 

BLANK Cadmium 7440-43-9 <4 n/a ug/L u 09/09/08 

BLANK Cobalt 7440-48-4 < 4 n/a ug/L u 09/09/08 

BLANK Chromium 7440-47-3 < 13 n/a ug /L u 09/09/08 

BLANK Copper 7440-50-8 < 6 n/a ug/L u 09/09/08 

BLANK Iron 7439-89-6 <25 n/a ug/L u 09/09/08 

BLANK Potassium 7440-09-7 <170 n/a ug/L u 09/09/08 

BLANK Magnesium 7439-95-4 <50 n/a ug/L u 09/09/08 

BLANK Manganese 7439-96-5 <4 n/a ug/L u 09/09/08 

BLANK Sodium 7440-23-5 666.3 666.300 ug/L 09/09/08 

BLANK Nickel 7440-02-0 < 4 n/a ug/L u 09/09/08 

BLANK Antimony 7440-36-0 <56 n/a ug/L u 09/09/08 

BLANK Strontium 7440-24-6 <4 n/a ug/L u 09/09/08 

BLANK Vanadium 7440-62-2 <12 n/a ug/L u 09/09/08 

BLANK Zinc 7440-66-6 < 9 n/a ug/L u 09/09/08 

LCS Silver 7440-22-4 956.7 95 .670 % Recov 80.000 120.000 09/09/08 

LCS Barium 7440-39-3 459.9 91 .980 % Recov 80.000 120.000 09/09/08 

LCS Beryllium 7440-41-7 516 .6 103.320 % Recov 80.000 120.000 09/09/08 

LCS Calcium 7440-70-2 1029 102.900 % Recov 80.000 120.000 09/09/08 

LCS Cadmium 7440-43-9 1004 100.400 % Recov 80.000 120.000 09/09/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 
Test: ICP Metals Analysis, Grd H20 P Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
LCS Cobalt 7440-48-4 976.1 97.610 % Recov 80.000 120.000 09/09/08 

LCS Chromium 7440-47-3 947.3 94.730 % Recov 80.000 120.000 09/09/08 

LCS Copper 7440-50-8 978.2 97 .820 % Recov 80.000 120.000 09/09/08 

LCS Iron 7439-89-6 944.4 94.440 % Recov 80.000 120.000 09/09/08 

LCS Potassium 7440-09-7 11060 110.600 % Recov 80.000 120.000 09/09/08 

LCS Magnesium 7439-95-4 980.9 98.090 % Recov 80.000 120.000 09/09/08 

LCS Manganese 7439-96-5 958.2 95.820 % Recov 80.000 120.000 09/09/08 

LCS Sodium 7440-23-5 1093 109.300 % Recov 80.000 120.000 09/09/08 

LCS Nickel 7440-02-0 986 .1 98.610 % Recov 80.000 120.000 09/09/08 

LCS Antimony 7440-36-0 1001 100.100 % Recov 80.000 120.000 09/09/08 

LCS Strontium 7440-24-6 497 .4 99.480 % Recov 80.000 120.000 09/09/08 

LCS Vanadium 7440-62-2 953 .8 95.380 % Recov 80.000 120.000 09/09/08 

LCS Zinc 7440-66-6 986.1 98.610 % Recov 80.000 120.000 09/09/08 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Inorganic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 08/12/08 
Test: ICP-200.8 MS All possible meta Receive Date:08/12/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W08P003904 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Arsenic 7440-38-2 36.76 91 .900 % Recov 70.000 130.000 08120108 

MS Uranium 7440-61 -1 35.925 89 .812 % Recov 70.000 130.000 08/20108 

MSO Arsenic 7440-38-2 36.52 91 .300 % Recov 70.000 130.000 08/20/08 

MSO Uranium 7440-61-1 35.455 88.637 % Recov 70.000 130.000 08/20/08 

SPK-RPO Arsenic 7440-38-2 91.300 RPO 0 .655 20.000 08/20/08 

SPK-RPO Uranium 7440-61 -1 88.637 RPO 1.317 20.000 08/20/08 

Lab ID: W08P003906 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Arsenic 7440-38-2 35 .57 88.925 % Recov 70.000 130.000 08/20/08 

MS Uranium 7440-61 -1 35.5054 88.764 % Recov 70.000 130.000 08/20/08 

MSO Arsenic 7440-38-2 36.32 90.800 % Recov 70.000 130.000 08/20/08 

MSO Uranium 7440-61-1 35 .5454 88.864 % Recov 70.000 130.000 08/20/08 

SPK-RPO Arsenic 7440-38-2 90.800 RPO 2.087 20.000 08/20/08 

SPK-RPO Uranium 7440-61 -1 88.864 RPO 0.113 20.000 08/20/08 

Lab ID: W08P004107 
BATCH QC ASSOCIATED WITH SAMPLE 
MS Arsenic 7440-38-2 37 .02 92 .550 % Recov 70.000 130.000 08/20/08 

MS• Uranium 7440-61 -1 34.82 87 .050 % Recov 70.000 130.000 08/20/08 

MSO Arsenic 7440-38-2 36.9 92.250 % Recov 70.000 130.000 08/20/08 

MSO Uranium 7440-61 -1 34.09 85.225 % Recov 70.000 130.000 08/20/08 

SPK-RPO Arsenic 7440-38-2 92.250 RPO 0 .325 20.000 08/20/08 

SPK-RPO Uranium 7440-61-1 85 .225 RPO 2.119 20.000 08/20/08 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081716 
Matrix: WATER 
Test: ICP-200.8 MS All possible meta 

QC 
Type Analyte CAS# 

BATCH QC 
BLANK Arsenic 7440-38-2 

BLANK Uranium 7440-61 -1 

LCS Arsenic 7440-38-2 

LCS Uranium 7440-61 -1 
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Lower Upper 
QC Found QC Yield Units Limit Limit 

< 0 .4 n/a ug/L 

< 5e-2 n/a ug/L 

34.31 85.775 % Recov 85.000 115.000 

34.4 86 .000 % Recov 85 .000 11 5 .000 

Department: Inorganic 

Sample Date: 
Receive Date: 

RPD Analysis 
RPD(%) Limit RQ Date 

u 08/20/08 

u 08/20/08 

08/20/08 

08/20/08 



WSCF 
ANALYTICAL COMMENT REPORT 

Attention: Steve Trent E6-35 

Sample # Client ID Lab Area Test 
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Lab Areas: 

VALGROUP 

VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

VAL TEST - Test Validation 
LOGTEST - Login for Tests 

This report may not be reproduced, except in its entirety without the w ritten approval of the WSCF Laboratory . 

wgppc/5.2 Repon#: WSCF20081716 Report Date: 12-sep-2008 

Group#: WSCF20081716 
Department: Inorganic 

Comment 

ICP-AES: !Samples W08P3905-3906; 3908-3909] 

No zirconium present in the LCS standard . 

Magnesium, calcium, and sodium sample results exceed spiking 

level by a factor of 4 so spike recoveries are not valid. 

Check standard used to ensure sodium, calcium, and magnesium 

linearity because sample results are greater _than the 

calibration standard. 

ICP-AES: (Samples W08P3903-3904] 

High silver and sodium preparation blank results ; ·c· flag 

if applicable . 

No zirconium present in the LCS standard. 

Magnesium, sodium, and calcium sample results exceed spiking 

level by a factor of 4 so spike recoveries are not valid . 

Check standard used to ensure sodium and calcium linearity 

because sample results are greater than the calibration 

standard. 

ICP-AES: B-Flag for samples < 5X MDL 

TESTDAT A - Test Data Entry 

Page 3 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 Group#: 
SAF Number:l08-053 
Sample# W08P003904 
Client ID: B1WDL3 

Test Performed CAS# 
VOA Ground Water Protection 
1, 1-Dichloroethene 75-35-4 

Trichloroethene 79-01 -6 

Benzene 71 -43-2 

Toluene 108-88-3 

Chlorobenzene 108-90-7 

1, 1-Dichloroethane 75-34-3 

Ethylbenzene 100-41 -4 

1,2-Dichloroethane 107-06-2 

4-Methyl-2-Pentanone 108-10-1 

Tetrachloroethene 127-18-4 

Xylenes (totall 1330-20-7 

Carbon tetrachloride 56-23-5 

Acetone 67-64-1 

Chloroform 67-66-3 

1, 1, 1-Trichloroethane 71 -55-6 

Vinyl chloride 75-01 -4 

Methylenechloride 75-09-2 

Carbon disulfide 75-15-0 

2-Butanone 78-93-3 

1.1,2-Trichloroethane 79-00-5 

1-Butanol 71 -36-3 

Tetrahydrofuran 109-99-9 

trans-1,2-0ichloroethylene 156-60-5 

cis-1,2-Dichloroethylene 156-59-2 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

PNNL-GPP Matrix: 
WSCF 

Method RQ Result Unit TP Err 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 150 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 11.0 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 BJ 1.70 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 100 ug/L 

LA-523-455 u < 2.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

B · The Analyte detected in both the BLANK and the SAMPLE.(orgl 

C • The Analyte was found in the Associated Blank .(inorg) 

J · Analyte < lowest calibration but > c MDL.(org) 

U - Analyzed for but not detected above limiting criteria. (org) 

~ • • Indicates results that have NOT been val idated; 

0 
Report WGPP!ver. 5.2 

,... GPAP 

+ - Indicates more than six qualifier symbols 

O> 
0 

Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0e +02 

1.00 2.0 

1.00 1.0 

1.00 1.0 

B - The analyte < the AOL but > = the IDL/MDL (inorg) 

D - Analyte was identi fied at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 

08/25/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-053 
Sample # W08P003904 
Client ID: B1WDL3 PNNL-GPP 

WSCF 
Matrix: 

Test Performed CAS # Method RQ Result Unit TP Err 
Ethyl cyanide 

1,4-Dichlorobenzene 

107-12-0 

106-46-7 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

LA-523-455 

LA-523-455 

u 
u 

< 

< 

2 .00 ug/L 

1.00 ug/L 

8 - The Analyte detected in both the BLANK and the SAMPLE. (org) 

C - The Analyte was found in the Associated Blank .(inorg) 

J - Analyte < lowest calibration but > = MDL.(org) 

U - Analyzed for but not detected above limiting criteria .(org) 

~ • - Indicates results th at have NOT been validated; + - Indicates more than six qualifier symbols 

Repon WGPP/ver, 5,2 
~ GPAP 
a, 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit OF MDL PQL 
1.00 2.0 

1.00 1.0 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting cr iteria( inorg) 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 
08/25/08 

08/25/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 Group#: 
SAF Number:108-053 
Sample# W08P003906 
Client ID: BIWDL5 

Test Performed CAS# 
VOA Ground Water Protection 
1, 1-0ichloroethene 75-35-4 

Trichloroethene 79-01-6 

Benzene 71 -43-2 

Toluene 108-88-3 

Chlorobenzene 108-90-7 

1, 1-0ichloroethane 75-34-3 

Ethylbenzene 100-41 -4 

1,2-Dichloroethane 107-06-2 

4-Methyl-2-Pentanone 108-10-1 

Tetrachloroethene 127-18-4 

Xylenes (total) 1330-20-7 

Carbon tetrachloride 56-23-5 

Acetone 67-64-1 

Ch loroform 67-66-3 

1, 1, 1-Trichloroethane 71 -55-6 

Vinyl chloride 75-01 -4 

Methylenechloride 75-09-2 

Carbon disulfide 75-15-0 

2-Butanone 78-93-3 

1, 1,2-Trichloroethane 79-00-5 

1-Butanol 71 -36-3 

Tetrahydrofuran 109-99-9 

trans-1,2-Dichloroethylene 156-60-5 

cis-1.2-Dichloroethylene 156-59-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

PNNL-GPP Matrix: 
WSCF 

Method RQ Result Unit TP Err 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug /L 

LA -523-455 u < 1.00 ug /L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 150 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 11 .0 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 BJ 1.60 ug/L 

LA-523-455 u < 1.00 ug /L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 100 ug/L 

LA-523-455 u < 2.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

B - The Analyte detected in both the BLANK and the SAMPLE.(org) 

C - The Analyte was found in the Associated Blank .(inorg) 

J - Analyte < lowest calibration but > = MDL. (org) 

U - Analyzed for but not detected above limiting c riteria. (org) 

~ • • Indicates results that have NOT been val idated; + - Indicates more than six qualifier symbols 

Report WGPP/ver. 5.2 
$, GPAP 
en 
0 

Department: 
Sampled: 

WATER Received: 

Unit OF MDL PQL 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0e+ 02 

1.00 2.0 

1.00 1.0 

1.00 1.0 

B - The analyte < the AOL but > = the IOL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorgl 

U - Analyzed for but not detected above limiting criteria(inorgl 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26 /08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08126/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08126/08 

08/26/08 

Page 4 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-053 
Sample # W08P003906 
Client ID: Bl WDL5 PNNL-GPP 

WSCF 
Matrix: 

Test Performed 
Ethyl cyanide 

1 ,4-Dichlorobenzene 

CAS # Method 
107-12-0 

106-46-7 

LA-523-455 

LA-523-455 

RQ 
u 
u 

Result Unit TP Err 
< 2.00 ug/L 

< 1.00 ug/L 

MDL=Minimum Detection Limit 8 - The Analyte detected in both the BLANK and the SAMPLE .(org) 

RQ= Result Qualifier C • The Analyte was found in the Associated Blank.(inorg) 

TP Err=Total Propagated Error J - Analyte < lowest calibration but > = MDL.Corgi 

DF= Dilution Factor U • Analyzed for but not detected above limiting criteria .(orgl 

.,::i. • · Indicates results that have NOT been validated; + · Indicates more than six qualifier symbols 

...i. 
Repon WGPP/ver. 5 .2 

g_ GPAP 
en 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit OF MDL PQL 
1.00 2.0 

1.00 1.0 

8 - The analyte < the AOL but > : the IOL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorgl 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 
08/26/08 

08/26/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-044 
Sample # W08P003907 
Client ID: BlVL46 

Test Performed CAS# 
VOA Ground Water Protection 
1, 1-Dichloroethene 75-35-4 

T richloroethene 79-01 -6 

Benzene 71 -43-2 

Toluene 108-88-3 

Chlorobenzene 108-90-7 

1, 1-rnchloroethane 75-34-3 

Ethylben zene 100-4 1-4 

1,2-Dichloroe thane 107-06-2 

4-Methyl-2-Pentanone 108-10-1 

Tetrachloroethene 127-18-4 

Xylenes (total) 1330-20-7 

Carbon tetrachloride 56-23-5 

Acetone 67-64-1 

Chloroform 67-66-3 

1, 1, 1-Trichloroethane 71 -55-6 

Vinyl chloride 75-01 -4 

Methylenechloride 75-09-2 

Carbon disulfide 75-15-0 

2-Butanone 78-93-3 

1, 1,2-Trichloroethane 79-00-5 

1-Butanol 71 -36-3 

Tetrahydro furan 109-99-9 

trans-1,2-Dichloroethylene 156-60-5 

ci s-1,2-Dichloroethylene 156-59-2 

MDL = Minimum Detection Limit 
RQ = Result Qualifier 
TP Err= Total Propagated Error 
DF= Dilution Factor 

PNNL-GPP Matrix: 
WSCF 

Method RQ Result Unit TP Err 

LA-523-4 55 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 94.0 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 14.0 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 BJ 1.90 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 100 ug/L 

LA-523-455 u < 2.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

B - The An alyte detected in both the BLANK and the SAMPLE.(org) 

C - The Analyte was found in the Associated Blank .(inorg) 

J - Analyte < lowest calibration but > = MDL.(org) 

U · Analyzed for but not detected above limiting cri teria.(org) 

~ • - Indicates results that have NOT been val idated; 

I\,) Repon WGPP!ver. 5. 2 
g_ GPAP 

+ - Indicates more than six Qualifier symbols 

0) 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0e+02 

1.00 2.0 

1.00 1.0 

1.00 1.0 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26 /08 

08/26/08 

08/26/08 

08/26/08 

08/26 /08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/ 26/08 

08/ 26/08 

08/26/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-044 
Sample # W08P003907 
Client ID: Bl VL46 PNNL-GPP Matrix: 

WSCF 
Test Performed CAS # Method RQ Result Unit TP Err 
Ethyl cyanide 

1,4-Dichlorobenzene 

107-12-0 

106-46-7 

MDL= Minimwn Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

LA-523-455 

LA-523-455 

u 
u 

< 

< 

2.00 ug/L 

1.00 ug/L 

8 · The Analyte detected in both the BLANK and the SAMPLE .(org) 

C - The Analyte was found in the Associated Blank.(inorg) 

J · Analyte < lowest calibration but > = MDL.lorg) 

U - Analyzed for but not detected above limiting criteria . (orgJ 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
1.00 2.0 

1.00 1.0 

8 • The analyte < the RDL but > = the IDL/MDL linorgJ 

D - Analyte was identified at a secondary dilution factorlinorgJ 

U • Analyzed for but not detected above limiting criteria(inorgJ 

~ • · Indicates results that have NOT been validated; + · Indicates more than six qualifier symbols 
(.,J 

a 
a, 
0 

Report WGPP/ver. 5.2 
GPAP 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 
08/26 /08 

08/26 /08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 Group#: 
SAF Number:108-054 
Sample# W08P003909 
Client ID: B1WFB4 

Test Perfonned CAS# 
VOA Ground Water Protection 
1, 1-Dichloroethene 75-35-4 

T richloroethene 79-01-6 

Benzene 71 -43-2 

Toluene 108-88-3 

Chlorobenzene 108-90-7 

1, 1-Dichloroethane 75-34-3 

Ethylbenzene 100-41 -4 

1,2-Dichloroethane 107-06-2 

4-Methyl-2-Pentanone 108-10-1 

Tetrachloroethene 127-18-4 

Xylenes ltolal) 1330-20-7 

Carbon tetrachloride 56-23-5 

Acetone 67-64-1 

Chloroform 67-66-3 

1, 1, 1-Trichloroethane 71 -55-6 

Vinyl chloride 75-01 -4 

Methylenechloride 75-09-2 

Carbon disulfide 75-15-0 

2-Butanone 78-93-3 

1, 1,2-Trichloroethane 79-00-5 

1-Butanol 71 -36-3 

Tetrahydrofuran 109-99-9 

trans-1,2-Dichloroethylene 156-60-5 

cis-1,2-Dichloroethylene 156-59-2 

MDL= Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF= Dilution Factor 

PNNL-GPP Matrix: 
WSCF 

Method RQ Result Unit TP Err 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 700 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 10.0 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 BJ 1.60 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 100 ug/L 

LA-523-455 u < 2.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

B · The Analyte detected in both the BLANK and the SAMPLE.(org) 

C - The Analyte was found in the Associated Blank .(inorg) 

J · Analyte < lowest calibration but > = MDL.iorg) 

U - Analyzed for but not detected above limiting criteria . (erg) 

~ • - Indicates results that have NOT been validated; 

~ Report WGPP/ver. 5.2 
S, GPAP 

+ - Indicates more than six qualifier symbols 

en 
0 

Department: 
Sampled: 

WATER Received: 

Unit OF MDL PQL 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 25 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0e +02 

1.00 2.0 

1.00 1.0 

1.00 1.0 

B - The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) · 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:108-054 
Sample # W08P003909 
Client ID: B 1 WFB4 PNNL-GPP 

WSCF 
Matrix: 

Test Performed CAS # Method RQ Result Unit TP Err 
E thy I cyanide 

1,4-0ichlorobenzene 

107-12-0 

106-46-7 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

LA-523-455 

LA-523-455 

u 
u 

< 

< 

2.00 ug/L 

1.00 ug/L 

B - The Analyte detected in both the BLANK and the SAMPLE.(org) 

C • The Analyte was found in the Associated Blank.(inorg) 

J · Analyte < lowest calibration but > = MDL.(org) 

U · Analyzed for but not detected above limiting criteria.(orgl 

~ • · Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

Report WGPP/ver. 5.2 a GPAP 
a, 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
1.00 2.0 

1.00 1.0 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

D • Analyte was identified at a secondary dilution factortinorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 
08/26/08 

08/26/08 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 Group#: 
SAF Number:S08-008 
Sample# W08P003910 
Client ID: BlWMTl 

Test Performed CAS# 
VOA Ground Water Protection 
1. 1-Dichloroethene 75.35.4 

Trichloroethane 79-01 -6 

Benzene 71-43-2 

Toluene 108-88-3 

Chlorobenzene 108-90-7 

1, 1-Dichloroethane 75.34.3 

Ethylbenzene 100-41 -4 

1,2-Dichloroethane 107-06-2 

4-Methyl-2-Pentanone 108-10-1 

Tetrachloroethene 127-18-4 

Xylenes (total) 1330-20-7 

Carbon tetrachloride 56-23-5 

Acetone 67-64-1 

Chloroform 67-66-3 

1, 1, 1-Trichloroethane 71-55-6 

Vinyl chloride 75-01 -4 

Methylenechloride 75-09-2 

Carbon disulfide 75-15-0 

2-Butanone 78-93-3 

1, 1,2-Trichloroethane 79-00-5 

1-Butanol 71 -36-3 

T etrahydrofuran 109-99-9 

trans -1,2-Dichloroethylene 156-60-5 

cis -1,2-Dichloroethylene 156-59-2 

MDL=Minimum Detection Limit 
RQ=Result Qualifier 
TP Err=Total Propagated Error 
DF=Dilution Factor 

PNNL-GPP Matrix: 
WSCF 

Method RQ Result Unit TP Err 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 J 1.10 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 8 18.0 ug/l 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/l 

LA-523-455 u < 100 ug/L 

LA-523-455 u < 2.00 ug/L 

LA-523-455 u < 1.00 ug/L 

LA-523-455 u < 1.00 ug/L 

B · The Analyte detected in both the BLANK and the SAMPLE.(org) 

C · The Analyte was found in the Associated Blank .(inorg) 

J - Analyte < lowest calibration but > = MDL.(org) 

U · Analyzed for but not detected above limiting criteria .(orgJ 

~ • · Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

0 
Repon WGPPlver. 5.2 

- GPAP 
O') 
0 

Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1,0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0 

1.00 1.0e +02 

1.00 2.0 

1.00 1.0 

1.00 1.0 

B · The analyte < the AOL but > = the IDL/MDL (inorg) 

D • Analyte was identified at a secondary dilution factor(inorg) 

U • Analyzed for but not detected above limiting criteria(inorg) 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

08/26/08 

Page JO 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:S08-008 
Sample# W08P003910 
Client ID: B 1 WMT 1 PNNL-GPP 

WSCF 
Matrix: 

Test Perfonned 
Ethyl cyanide 

1,4-Dichlorobenzene 

CAS # Method 
107-12-0 

106-46-7 

LA-523-455 

LA-523-455 

RQ 
u 
u 

Result Unit TP Err 
< 2.00 ug/L 

< 1.00 ug/L 

MDL=Minimum Detection Limit 8 · The Analyle detected in both the BLANK and the SAMPLE .(org) 

RQ=Result Qualifier C • The Analyte was found in the A ssociated Blank .(inorg) 

TP Err=Total Propagated Error J • Analvte < lowest calibration but > = MDL.(org) 

DF=Dilution Factor U • Analyzed for but not detected above limiting criteria.(org) 

~ • · Indicates results that have NOT been validated; + • Indicates more than six qualifier symbols 

0 
Report WGPP!ver. 5.2 

-toi GPAP 
en 
0 

Group#: 
Department: 
Sampled: 

WATER Received: 

Unit DF MDL PQL 
1.00 2.0 

1.00 1.0 

B · The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyle was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

WSCF20081716 
Organic 
08/12/08 
08/12/08 

Analysis Date 
08/26/08 

08/26/08 

Page 11 



WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 08/12/08 
Test: VOA Ground Water Protection Receive Date:08/12/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 

Lab ID: W08P003904 
BATCH QC ASSOCIATED WITH SAMPLE 
MS 1, 1-0ichloroethene 75-35-4 21 .950 87 .800 % Recov 63.000 117.000 08/25/08 

MS Benzene 71 -43-2 23.850 95.400 % Recov 75 .000 129.000 08/25/08 

MS 4-Bromofluorobenzene(Surrl 460-00-4 47 .390 94.800 % Recov 75 .000 125.000 08/25/08 

MS Chlorobenzene 108-90-7 26.070 104.000 % Recov 79.000 119.000 08/25/08 

MS 1,2-0ichloroethane-d4(Surr) 17060-07-0 53.140 106.000 % Recov 75 .000 125.000 08/25/08 

MS Toluene-d8(Surrl 2037-26-5 49.160 98.300 % Recov 75 .000 125.000 08/25/08 

MS Toluene 108-88-3 25.010 100.000 % Recov 76.000 120.000 08/25/08 

MS Trichloroethene 79-01-6 21.030 84.100 % Recov 73.000 123.000 08/25/08 

MSO 1, 1-0ichloroethene 75-35-4 21 .710 86.800 % Recov 63.000 117.000 08/26/08 

MSO Benzene 71 -43-2 22.870 91 .500 % Recov 75.000 129.000 08/26/08 

MSO 4-Bromofluorobenzene(SurrJ 460-00-4 47.290 94.600 % Recov 75.000 125.000 08/26/08 

MSO Chlorobenzene 108-90-7 25.000 100.000 % Recov 79.000 119.000 08/26/08 

MSO 1,2-0ichloroethane-d4(SurrJ 17060-07-0 53.770 108.000 % Recov 75.000 125.000 08/26/08 

MSO Toluene-d8(Surr) 2037-26-5 48.770 97.500 % Recov 75.000 125.000 08/26/08 

MSO Toluene 108-88-3 23.950 95.800 % Recov 76.000 120.000 08/26/08 

MSO T richloroethene 79-01 -6 20.230 80.900 % Recov 73.000 123.000 08/26/08 

SPK-APO 1, 1-0ichloroethene 75-35-4 86.800 RPO 1.145 20.000 08/26/08 

SPK-RPO Benzene 71 -43-2 91 .500 RPO 4.173 20.000 08/26/08 

SPK-RPO 4-Bromofluorobenzene(Surr) 460-00-4 94.600 RPO 0.211 20.000 08/26/08 

SPK-RPO Chlorobenzene 108-90-7 100.000 RPO 3.922 20.000 08/26/08 

SPK-RPO 1,2-0 ichloroethane-d4(SurrJ 17060-07-0 108.000 APO 1.869 20.000 08/26/08 

SPK-RPO Toluene-d8(SurrJ 2037-26-5 97.500 RPO 0 .817 20.000 08/26/08 

SPK-RPO Toluene 108-88-3 95.800 APO 4.290 20.000 08/26/08 

SPK-APO Trichloroethene 79-01 -6 80.900 RPO 3.879 20.000 08/26/08 

SURA 4-Bromofluorobenzene(Surrl 460-00-4 47 .320 94.600 % Recov 75.000 125.000 08/25/08 

SURA 1,2-0ichloroethane-d4(Surrl 17060-07-0 53.320 107.000 % Recov 75.000 125.000 08/25/08 

~ Report w13gq/rev.4.2 p 
00 
0 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 08/12/08 
Test: VOA Ground Water Protection Receive Date:08/12/08 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPO(%) Limit RQ Date 
SURA Toluene-d8(Surr) 2037-26-5 49.540 99. 100 % Recov 75.000 125.000 08/25/08 

Lab ID: W08P003906 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA 4-Bromofluorobenzene(Surr) 460-00-4 47.800 95.600 % Recov 75 .000 125.000 08126108 

SURA 1,2-Dichloroethane-d4(Surr) 17060-07-0 52.960 106.000 % Recov 75 .000 125.000 08/26108 

SURA Toluene-d8(Surr) 2037-26-5 49.650 99.300 % Recov 75.000 125.000 08126108 

Lab ID: W08P003907 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA 4-Bromofluorobenzene(Surr) 460-00-4 47 .140 94.300 % Recov 75.000 125.000 08126108 

SURA 1,2-0ichloroethane-d4(Surr) 17060-07-0 53 .400 107.000 % Recov 75.000 125.000 08126/08 

SURA Toluene-d8ISurr) 2037-26-5 49 .650 99.300 % Recov 75.000 125.000 08126/08 

Lab ID: W08P003909 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA 4-Bromofluorobenzene(Surr) 460-00-4 47.050 94.100 % Recov 75.000 125.000 08/26108 

SURA 1,2-Dichloroethane-d4(Surr) 17060-07-0 53.730 107.000 % Recov 75.000 125.000 08126108 

SURA Toluene-d8(Surr) 2037-26-5 49.630 99.300 % Recov 75.000 125.000 08126108 

Lab ID: W08P003910 
BATCH QC ASSOCIATED WITH SAMPLE 
SURA 4-Bromofluorobenzene(Surr) 460-00-4 47 .740 95.500 % Recov 75.000 125.000 08/26/08 

SURA 1,2-Dichloroethane-d4(Surr) 17060-07-0 52 .660 105.000 % Recov 75 .000 125.000 08126108 

SURA Toluene-d8(Surr) 2037-26-5 49 .700 99.400 % Recov 75.000 125.000 08/26108 

BATCH QC 
BLANK 1. 1-0ichloroethane 75-34-3 < 1.0 n/a ug/L u 08/25108 

BLANK 1, 1, 1-Trichloroethane 71 -55-6 < 1.0 n/a ug/L u 08125108 

BLANK 1, 1,2-Trichloroethane 79-00-5 < 1.0 n/a ug/L u 08/25108 

~ Report w13gQ/rev.4.2 p 2 
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WSCF ANALYTICAL LABORATORY QC REPORT Department: Organic 

SDG Number: WSCF20081716 
Matrix: WATER Sample Date: 
Test: VOA Ground Water Protection Receive Date: 

QC Lower Upper RPD Analysis 
Type Analyte CAS# QC Found QC Yield Units Limit Limit RPD(%) Limit RQ Date 
BLANK 1, 1-0ichloroethene 75-35-4 < 1.0 n/a ug/L u 0B/25/08 

BLANK 1,2-Dichloroethane 107-06-2 < 1.0 n/a ug/L u 08/25/08 

BLANK 1,4-Dichlorobeniene 106-46-7 < 1.0 n/a ug/L u 08/25/08 

BLANK 1-Butanol 71 -36-3 < 100 n/a ug/L u 08/25/08 

BLANK 4-Methyl-2-Pentanone 108-10-1 < 1.0 n/a ug/L u 08/25/08 

BLANK Acetone 67-64-1 10 10.000 ug /L 08/25/08 

BLANK Beniene 71 -43-2 < 1.0 n/a ug /L u 08/25/08 

BLANK 4-Bromofluorobeniene(Surr) 460-00-4 47.620 95.200 % Recov 75.000 125.000 08/25/08 

BLANK Carbon disulfide 75-15-0 < 1.0 nla ug/L u 08125108 

BLANK Carbon tetrachloride 56-23-5 < 1.0 n/a ug/L u 08125108 

BLANK Chloroform 67-66-3 < 1.0 n/a ug/L u 08125/08 

BLANK Chlorobeniene 108-90-7 < 1.0 n/a ug/L u 08/25/08 

BLANK cis-1 ,2-Dichloroethylene 156-59-2 < 1.0 n/a ug/L u 08/25/08 

BLANK 1 ,2-Dichloroethane-d4(Surr) 17060-07-0 52.980 106.000 % Recov 75 .000 125.000 08/25/08 

BLANK trans -1 ,2-Dichloroethylene 156-60-5 < 1.0 n/a ug/L u 08/25/08 

BLANK Ethyl benzene 100-41 -4 < 1.0 n/a ug/L u 08/25/08 

BLANK Ethyl cyanide 107-12-0 < 2.0 n/a ug/L u 08/25/08 

BLANK 2-Butanone 78-93-3 < 1.0 n/a ug/L u 08/25/08 

BLANK Methylenechloride 75-09-2 1.9 1.900 ug/L 08/25/08 

BLANK Tetrachloroethene 127-18-4 < 1.0 n/a ug/L u 08/25/08 

BLANK Xylenes (total) 1330-20-7 < 1.0 n/a ug/L 0 .000 5.000 u 08/25/08 

BLANK Tetrahydrofuran 109-99-9 < 2.0 nla ug/L u 08/25/08 

BLANK Toluene-dB(Surr) 2037-26-5 48.510 97.000 % Recov 75.000 125.000 08/25/08 

BLANK Toluene 108-88-3 < 1.0 n/a ug/L u 08/25/08 

BLANK T richloroethene 79-01 -6 < 1.0 n/a ug/L u 08/25/08 

BLANK Vinyl chloride 75-01 -4 < 1.0 n/a ug/L u 08/25/08 

LCS 1, 1-Dichloroethene 75-35-4 23.270 93 .100 % Recov 75 .000 125.000 08/25/08 

LCS Benzene 71 -43-2 23.850 95.400 % Recov 75 .000 125.000 08/25/08 

LCS 4-Bromofluorobenzene(Surr) 460-00-4 47 .180 94.400 % Recov 75 .000 125.000 08125/08 

LCS Chlorobenzene 108-90-7 25 .990 104.000 % Recov 75.000 125.000 08/25/08 

<.Tl Report wl 3gq/rev.4.2 p 3 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081716 
Matrix: WATER 
Test: VOA Ground Water Protection 

QC 
Type Analyte 
LCS 1,2-Dichloroethane-d4(Surr} 

LCS Toluene-d8(Surr} 

LCS Toluene 

LCS T richloroethene 

01 Report w 13gq/rev.4.2 p 4 
~ 

0 ..., 
0) 
0 

12-sep-2008 15:04:29 

CAS# 
17060-07-0 

2037-26-5 

108-88-3 

79-01 -6 

QC Found QC Yield Units 
53.070 106.000 % Recov 

48.840 97 .700 % Aecov 

24.790 99.200 % Recov 

20.650 82 .600 % Recov 

Lower 
Limit 

75.000 

75.000 

75.000 

75.000 

Upper 
Limit 

125.000 

125.000 

125.000 

125.000 

Department: 

Sample Date: 
Receive Date: 

RPO(%) 
RPD 

Limit 

Organic 

RQ 
Analysis 
Date 

08/25/08 

08/25/08 

08/25/08 

08/25/08 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Steve Trent E6-35 
SAF Number:l08-044 
Sample # W08P003907 
Client ID: B1VL46 PNNL-GPP 

WSCF 
Test Performed CAS # Method RQ Result 
Tritium by Liq Set column prep 

Matrix: 

Unit TP Err 

WATER 

Unit DF MDL 

Group#: 
Department: 
Sampled: 
Received: 

PQL 

Tritium 10028-17-8 LA-508-421 5 .20e+03 pCi/L + · 1.09e + 03 pCi/L 1.00 2.4e + 02 

MDL=Minimum Detection Limit 
RQ = Result Qualifier 
TP Err==Total Propagated Error 
DF=Dilution Factor 

B - The Analyte detected in both the BLANK and the SAMPLE .(org) 

C - The Analyte was found in the Associated Blank .(inorg) 

J · Analyte < lowest calibration but > = MDL.(org) 

U - An alyzed for but not detected above limiting criteria .(org) 

B • The analyte < the RDL but > = the IDL/MDL (inorg) 

D - Analyte was identified at a secondary dilution factor(inorg) 

U - Analyzed for but not detected above limiting criteria(inorg) 

U, • · Indicates results th at have NOT been val idated; + - Indicates more than six qualifier symbols 
I\) 

a 
en 
0 

Repon WGPP!ver. 5.2 
GPAP 

WSCF20081716 
Radiochemistry 
08/12/08 
08/12/08 

Analysis Date 

09/09/08 
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WSCF ANALYTICAL LABORATORY QC REPORT 

SDG Number: WSCF20081716 
Matrix: WATER 
Test: Tritium by Liq Set column prep 

QC 
Type Analyte 

Lab ID: W08P003849 

CAS# 

BATCH QC ASSOCIATED WITH SAMPLE 
DUP Tritium 

MS Tritium 

BATCH QC 
BLANK Trit ium 

LCS Trit ium 

01 Report w 13gq/rev .4. 2 p 5 

(,..) 12-sep-2008 15 :04:29 
0 ..., 
0, 
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10028-17-8 

10028- 17-8 

10028-17-8 

10028-17-8 

QC Found QC Yield 

7.9E +03 

19050 84.721 

U-1.4E +02 n/a 

2990.0 88 .274 

Lower 
Units Limit 

RPO 

% Recov 75.000 

pCi/L -10.000 
0k Recov 80.000 

Upper 
Limit 

125.000 

1000.000 

120.000 

Department: Radiochemistry 

Sample Date: 08/10/08 
Receive Date:08/11/08 

RPD 
RPD(%) Limit RQ 

1.258 20.000 

Analysis 
Date 

09/09/08 

09/09/08 

09 /09/08 

09/09/08 
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GPAP 

Waste Sampling and Characterization Facility 
P.O . BOX 1970 S3-30, Richland, WA 99352 

PHONE: (509) 373-7004/FAX : (509) 373-7134 

ACKNOWLEDGMENT OF SAMPLES RECEIVED 

Richland, WA 99352 
Attn: Steve Trent E6-35 

Customer Code: PNNL-GPP 
PO#: 122543 

Group# : 20081716 

The following samples were received from you on 08/12/08. They have been 
scheduled for the tests listed beside each sample . If this information 
is incorrect, please contact your service representative. Thank you for 
using Waste Sampling and Characterization Facility. 

Sample# Sample Id Matrix 

W08P003903 B1WDL2 

W08P003904 B1WDL3 

W08P003905 B1WDL4 

W08P003906 BlWDL5 

W08P003907 B1VL46 

W08P003908 BlWFB3 

W08P003909 BlWFB4 

W08P003910 BlWMTl 

Test Acronym 

@2008 
@GPP6010 
@H3-33 
@IC-30 
@VOA-GPP 

Tests Scheduled 

PNNL-GPP 
@2008 
PNNL-GPP 
@2008 
PNNL-GPP 
@2008 
PNNL - GPP 
. @2008 
PNNL -GPP 
@H3-33 
PNNL-GPP 
@GPP6010 
PNNL-GPP 
@GPP6010 
PNNL-GPP 
@VOA-GPP · 

Water 
@GPP6010 

Water 
@GPP6010 @IC-30 

Water 
@GPP6010 

Water 
@GPP6010 @IC-30 

Water 
@IC - 30 @VOA - GPP 

Water 

Water 
@IC-30 @VOA.:.GPP 

Water 

Test Acronym Description 

Description 

ICP-200 . 8 MS All possible meta 
ICP Metals Analysis, Grd H20 P 
Tritium by Liq Set column prep 
Anions by Ion Chromatography 
VOA Ground Water Protection 

- 1 -

@VbA-GBl? 

@VOA-GPE' . 

Sample 
Date 

08 / 12 / 08 

08 / 12 / 08 

08 / 12 / 08 

08 / 12 / 08 

08 / 12 / 08 

08 / 12/08 

08 / 12 / 08 

08 / 12 / 08 
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\,.U.L. R 

FLUOR HANFORD 
CHAIN{,OF CUSTODY/SAMPLE ANALYSIS REQUEST 108-053-2 

S>:.,i! ... i,. ~ oc,h )i,-8 ~ oo cg 1-1, i_, Page l of l 
Collector Scott E. Hamaker ContacVReouester Telenhone No. MSIN FAX 

<:taua Trent <110.111. < o"o 

SAFNo. Sampline Oriein Purchase OrderlCharee Code 
,110.n,1 u."'""' c;,. 

Project Title i·h't?'.ft~rc)b · t'-f / ~4 Ice Chest No. 0 z / Temn. 
JI IPI Al lf;IIST ~11110 

s~:--•" T" fl oh\ Method of Shinment I 
Bill of LadinelAir Bill No. 

l w .. ,,. ~ ·-"- ~- ~· ;,.,;" " (fovt Vah;rlP 
Protocol 

Priority: 30 Days PRIORITY OITsite Prooertv No. 
<:IIR.V 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activitv Exemption: Yes ~ No L .. • • Coniains Radioactive Malerial al concen1ra1ious !hat are not regulated for 1ransporta1ion per 49 CFR bul are not 200 /\Jea Generator Knowledge Infonnation Form applies. 
releasable per DOE Order 5400.5 (1990/1993) 

Sample No. Lab ID • Date Time No/Type Container Sample Analysis I Preservative 

B1WDL2(F)t.Jc ~ ~o::.'fol w c;-fliJi fl 2.. f 1x500-ml GIP 200.8_METALS_lCPMS: Arsen ic (1) HN03 to pH <2 

B1WDL2 (F) ...} . w 1 x500-ml GIP 6010_METALS_lCP: List-3 (18) HN03 to pH <2 

B1WDL3 3"]Dc.../ w 4x40-ml aGs• 8260_VOA_GCMS: List-2 (25) HCI or H2S04 to pH <2 Cool-4C 

B1WDL3 ' w 1 x500-ml GIP 200.S_METALS_ICPMS: Arsenic (1) HN03 to pH <2 

B1WDL3 w 1x500-ml GIP 6010_METALS_ICP: List-3 (18) HN03 to pH <2 

B1WDL3 w 1x500-ml P 300.0_ANIONS_lC: List-1 (5) Cool-4C 

B1WDL3 \If w -- ~,.__. 1 x500-ml GIP 200.8_METALS_ICPMS: Uranium (1) HN03 to pH <2 

~ - ~ .. 
I - - I 
1~ - ....-, 

_,,.--

Rclinqut~t:. Hamaker Print AUG qatfi~OB Received By Sig,, 

183"> -rci fZ(1,,·::,,,z1 ifl- f 
,:__ 

Matrix• 

s Soil ns Orum Snlirt 

Relinquished By Da1erTime Received By Date/fime SF. Se<1imcnf DI . Onnn I .in11i 
so Snli,t T Ti."~ne 
Sl. Sl11rl l!e WI Wine 
w ~ W,ner I. l.icmicl 

Rel inquished By DatefTimc Received By Da1e/fimc 0 - Oil V Veeet:ttinn 
A - Air X n Other 

elinquished By Date/fime Received By Dale/fime 

FINAL SAMPLE Disposal Method (e.g .. Return 10 cuslomer, per lab procedure, used in process) Disposed By Date/Time 
DISPOSITION 



L.U.~ . fl 

FLUOR HANFORD 
CHAIN OF CUSTODY /SAMPLE ANALYSIS REQUEST l08-053-3 

Page l of l 
Collector Contact/Reauester Teleohone No. MSIN FAX 

- ~•• •· • TrPnt <ll0.1?1.<Qt:Q 

SAF No. O\iUll C . ntslll!IK9r Samolioe Oriein Purchase Order/Cheree Code 
rno.n<l l-1 on rn rA <: ;,p 

Proiect Tille 
\-hJF- -,(1-S"O\J - l'-1 / c;-r, Ice Chest No. 0 z I Temo. 

')I IP I A I ln l i<::T ')/ll\Q 

s• '---~ 'l'n 11 .u Method of Shioment Bill of Ladinl!/Air Bill No. Im.",_ c ___ ,, __ Ji, r> 
n,wt "-'-' · '-

Protocol 
Priority: 30 Days PRIORITY Offsite Proorrtv No. 

<::IIPV 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activitv Exemotion: Yes I'll No L .. •• Conlains Radioacli"e Material at concentrations that arc nol r< Hulaled for lransponation per 49 CFR but are not 200 Arca Gcncratoo· Knowledge Information Form applies . 
releasable per DOE Order 5400.5 (1990/ 1993) 

Sample No. Lab ID • Date Time No(fypc Container Sample Analysis I Preservative 

B1WDL4 (F) 3C,cs w ~ --12-<-)i 1121 1x500-ml GIP 200.8 METALS ICPMS: Arsenic (1) HNO3 to pH <2 

B1WDL4 (F) '1,- w 1x500-ml GIP 6010_METALS_ICP: List-3 (18) HNO3 to pH <2 

B1WOL5 :<.9{) /. w 4x40-ml aGs" 8260_VOA_GCMS: list-2 (25) HCI or H2SO4 to pH <2 Cool-4C 

B1WDL5 w 1x500-rnl GIP 200.B_METALS )CPMS: Arsenic (1) HN03to pH <2 

B1WDL5 w 1x500-ml GIP 6010_METALS_ICP: List-3 (18) HNO3to pH <2 

B1WOL5 w 1x500-ml P 300.0_ANIONS_IC: List-1 (5) Cool~4C 

81WDL5 
'I; 

w [; 
~ 

1 xS00-ml GIP 200.8_METALS_ICPMS: Uranium (1) HNO3 to pH <2 

ir'"'"' - I"""""~ 

I - I • __, 
i- ... 

Relinquishe<l By Sig11 AUG q•tf"2QO8 Matrix• 

Scott L-- :,).:} 'J s Soil l)S - [)rum Snlirl 
Reliuquished By Datcffimc Received By Datcffime SE ~ Scctimcm 1)1. - 0mm l .ioui 

so Snli<l T Ti.i:..c:11e 
SI. SlnctPe W I Wine 
w ~ Water I. ~ l.io11 ict 

Relinq uishe<l By Date/Time Received By Datcffimc 0 Oil V ~ Vel!'ela,ion 
A Air X - Other 

Re linquished By Datefrime Received By DaterTime 

FINAL SAMPLE Disposal Method (e.g., Rctum 10 customer, per lab procedu,e. used in process) Disposed By Dare/Time 
DISPOSITION 



'-' •'-'•L,·" 

FLUOR HANFORD 
CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST 108-044-18 

Page .!. o r l 
Collector Scott E. Hamaker Cont1ct/ReQuester Telephone No. MSIN FAX 

c,, .... T rPnt ~OQ.1 7l.<O«O 

SA F No. Sampline Oriein Purchase Order/Charee Code 
,110.0,u 1-l o nf.-,,,l <:; tP 

Proiect Title 
H-Nf- N · .')U'..:. ·/Y / ~~1 Ice C hest No. (J 2, j Temn. 

?7 P1 11 IN J:' 111110 

S'"'-- •.1 Tn ti • '-' Mtlhod or Shipment I Bill of Ladine/Air Bill No. 
I Wo<IP <: omnT;no R, r r.nu t VPhidr 

Protocol 
Priority: 45 Days 

orrsite Provertv No. 
r i::D r l A 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activi ty Exemotion: Yes b{) No L .. •• Conlains Radioac1ive Malerial al concent ra tions that arc nm rcgulared for lransporlalion per 49 CFR but arc not 200 Area Generator Knowledge Information Fonn applies. 
clcasable per DOE Order 5400.5 ( 1990/1993) 

Sample No. Lab ID • Date T ime Noffype Container Sample Analys is Preservative 

B1VL46 sjol w ~-1Zvl OStf~ 4x40-ml aGs• 8260_VOA_GCMS: List-2 (25) HCI or H2SO4 to pH <2 CooI~4C 

B1VL46 \ w r 1x500-ml P 300.0_ANIONS_IC: List-1 (5) Cool- 4C 

B1VL46 ',JJ w .J- l 1x250-ml G TRITIUM_EIE_LSC: Tritium (1) None 

~~ - ... . - ' • 
~~ -- -

Relinquished By Dalelfime Received By Sign 

Scott E. Hamaker AUG 1 2 2008 F-r'lA L) rz L--, 

Matrix• 

s - Snil T)S 0mm Solid 

Relinquished By Dale/Time Received By Dateffime SF. C ~ri;menr T)f . ~ Orum l .inui 
so Snlicl T - Ti~~IIC: 
SI. Sh1cl~e WI Wine 
w w~1~r I. l .im1irt 

Re linquished By Dalcffime Received By Daleffime 0 ~ Oil V Veeel;1tion 
A Q Air X Other 

Relinquished By Da1crrime Received By Da1errimc 

FI NAL SAMPLE Disposal Me1hod (e.g., Relum lo customer, per lab procedure. used in process) Disposed By Dalcffime 

DISPOSITION 



c.u.c. # 

FLUOR HANFORD CHAIN OF CUSTODY /SAMPLE AN AL YSIS REQUEST l08-054-137 

Page l of 1 
Collector Scott I:. Hamaker Contart/Rtouester Teleohone No. MSIN FAX 

<:, • .,. Tl'f'nt •.tl0_171-~R,;o 

SAF No. Samoline Oriein Purrhue Ordtr/Charee Code 
fnR_l\~'1 U,nrn.,I <,;,. 

Proitrl Title ~~ ':,'V(J - i"( I~-"~ Ice Chest No. 0 z I Ttmo. 
~7PI Al Jr.I 1ST ~nnR 

S'-'--•-' Tn II ohl Mtthod of Shipment I Bill of Ladine/Alr Bill No. 
IWodP <:,..,nl 'n- R, r h r.,.,,,, Vehiet• 

Protocol Priority: 30 Days PRIORITY Offsite Prooertv No. 
C'l= Rf:I .A 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activitv Exemotion: Yes bl! No L .. •• Contains Radioactive Material at concenlrat ions that arc not regulated for transportation per 49 CFR but are not 200 Are• Generator Knowledge lnfonnation Form applies. 
releasable per DOE Order 5400.5 (1990/ 1993) 

?J-tz-0-s' 
Sample No. Lab ID • )J'!Jy- ......-:; Time NorTypc Container Sample Analysis I Preservative 

B1WFB3 (F) 3103 w : .•. ,~ ./ Of53 1 x500-ml G/P 6010_METALS ICP: List-3 (18) HN03 to pH <2 

B1WFB4 3'709 w 4x40-ml aGs' 8260_VOA_GCMS: List-2 (25) HCI or H2S04 to pH <2 Cool~4C 

B1WFB4 I w 1 x500-ml GIP 6010_METALS_ICP: List-3 (18) HN03 to pH <2 

B1WFB4 '-JI' w _..., _j - 1x500-ml P 300.0_ANIONS_IC: List-1 (5) Cool~4C 

- _,.._. 
• ' - I , .. J - L ..... l 

I -
Relinquished By Received By 1 Sign 

ScottE. ·1l,- fZ-Mz, ,1--1 . /4<..;.•1 ._,.c 
Matrix• 

s _<;oil ns 0mm Snlirl 
Relinquished By Received By Date/Time SF Serlimenl 1)1. [)nun I ,ioui 

so Snli~ T ~ Ti~~IIC 
SI. Slurlee WI -- Wine 
w Water I. l.io11irl 

Relinquished Dy Datcffime Received By Daterfime 0 ~ Oil V Veeet.11ion 
A Air X Other 

Relinquished By Dateffime Received By Daterfime 

FINAL SAMPLt: Disposal Method (e.g., Return to customer. per lab procedure, used in process) Disposed By Datc/fime 
DISPOSITION 



\....V.'-...tt 

FLUOR HANFORD 
CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST S0S-008-74 

Page l of l 
Colltctor 

Scott E. Hamaker 
Contact/Requester lfelephont No. MSIN FAX 

c, .... T,Pnl <nO.l71.<0I-O 

SAF No. Samplin2 Oriein Purchase Ordcr/Chal'l!e Code 
<:M.1\1\0 u,. ... f',.rA C~1 .. 

Project Title MN f .. J"-',--OG--I'( / )-<f Ice Chest No. C-, z/ TtmD. 
<.l/RV AI Jr. ll<;T ?MR 

S"'~~•" T n II oh\ Method of Shipment I Bill of Ladine/Air Bill No. 
1,11.e0. "•--l;no JI, rf r.n~t V~hide 

Protocol 
Priority: 30 Days PRIORITY Offsite Prooertv No. 

<.IJRV 

POSSIBLE SAMPI.E HAZARDS/REMARKS SPECIAL INSTRUCTIONS Hold Time Total Activitv Exemption: Yes ~ No L .. •• Contains Radioactive Material al concentrations that are nol regulated for transportation per 49 CFR but are nol Site-Wide Generator Knowledge Information Fonn applies. 
releasable per DOE Order 5400.5 (1990/1993) 

Sample No. Lab ID • Dale Time No/Type Container Sample Analysis I Preservative 

B1WMT1 3'1/0 w 'j-fZ-<} 'I C{;43 1x20-mL P Activity Scan None 

B1WMT1 d, w ..J-- L 4x40-ml aGs· 8260_VOA_GCMS: List-2 (25) HCI or H2SO4 to pH <2 Cool-4C 

" --- I --~~ - ~, 
Rdinquished By Sig,:, MatriK • 

Soott E. Hamaker ,~1< ·,A C-{\,q-z_, M ,_ 
s ~ Snil OS Or11rn Snlirl 

Rcl inquis l1ed By Dale/Tirne Received By Date/Time SF. ~ St:ctimenl 111. nrnm J.inni 
so Snlirl T Ti~~ue 
SI. Slurlee WI - Wine 
w W~ler I. ~ l .innic1 

Relinquished By Date/Time Received By Date/Time 0 Oil V Veec1:uinn 
A Air X Other 

el inquished By Date/Time Received By Date/Tirne 

FINAL SAMPLF. Disposal Method (e .g., Return lo cu slOrner. per lab procedure, used in process) Disposed By Date/Tirne 

DISPOSITION 


