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Department: Organic

W13g Worklist/Batch/QC Report for Group# WSCF20071934

WL# ¢ Batc QC# Tray Type Sample# Test
38983 BLANK VOA Ground Water Protection
38983 L.CS VOA Ground Water Protection
38983 MS WO7GRO1: 2 VOA Ground Water Protection
38983 MSD WO7GR01569 VOA Ground W: =r Protection
38983 MS WO7GR02789 VOA Ground Water Protection
38983 MSD WO7GR02789 VOA r-ound Wat - Protection
38983 S? °LE WO7GR02789 VOA Ground Water Protection
38983 SPK-RPD WO7GR02789 VOA Ground ' :er Protection
38983 SURR WO7GR02789 VOA Ground Water Protection
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WSCF . T[ALYTICAL ABORATORY QC REPORT Department: ( nic

SDG! mb : WSCF20071934

Matrix: WATER Sample Date: 07/02/07

est: VOA Ground Water Protection Receive Date:07/02/07

QC Lower Upper RPD Analysis
Type Analyte CAS # QC Found QC Yield Units  Limit Limit RPD(%) Limit RQ Date

LabID: WO7GRO1569
BATCH QC ASSOCIATED WITH SAM

MS 1,1-Dichloroethene 75-35-4 27.710 111.000 % Recov 63.000 117.000 07/11/07
MS Benzens 71-43-2 27.210 109.000 % Recov 75.000 129.000 07/11/07
MS 4-Bromofluorobenzene(Surr) 460-00-4 49.720 99.400 % Recov 75.000 125.000 07/11/07
MS Chlorobenzene 108 7 20.690 82.800 % Recov 79.000 119.000 07/11/07
MS 1,2-Dichloroethane-d4{Surr} 17060-07-0 45.280 90.600 % Recov 75.000 125.000 07/11/07
MS Toluene-dB{Surr) 2037-26-5 50.590 101.000 % Recov 75.000 125.000 07/11/07 °
MS Toluene 108-88-3 25.150 101.000 % Recov 76.000 120.000 07/11/07
MS Trichloroethene 79-01-6 24.130 96.500 % Recov 73.000 123.000 07/11/07
MSD 1,1-Dichloroethene 75-35-4 26.890 108.000 % Recov 63.000 117.000 07/11/07 *
MSD Benzene 71-43-2 26.189 105.000 % Recov 75.000 129.000 07/11/07
MSD 4-Bromofiuorobenzene(Surr) 460 14 49.2 98.500 % Recov 75.000 125.000 07/11/07
MSD Chlorobenzene 108 7 20.060 80.200 % Recov 79.000 119.000 07/11/07
MSD 1,2-Dichloroethane-d4{Surr) 17060-07-0 45.530 91.100 % Recov 75.000 125.000 07/11/07
MSD Toluene-d8(Surr} 2037-26-5 51.430 103.000 % Recov 75.000 125.000 07/11/07
MSD Toluene 108-88-3 24.820 99.300 % Recov 76.000 120.000 07/11/07
MSD Trichloroethene 79-01-6 22.837 91.300 % Recov 73.000 123.000 07/11/07

Lab ID: WO07GR02789
BATCH QC ASSOCIATED WITH SAMPL

MS 1,1-Dichloroethene 75-35-4 27.700 111.000 % Recov 63.000 117.000 11/07/07
MS Benzene 71-43-2 27.340 109.000 % Recov 75.000 129.000 11/07/07
MS 4-Bromofluorobenzene(Surr) 460-00-4 48.400 96.800 % Recov 75.000 125.000 11/07/07
| Chlorobenzene 108-90-7 28.690 115.000 % Recov 79.000 119.000 11/07/07
MS 1,2-Dichlorosethane-d4{Surr} 17060-07-0 50.630 101.000 % Recov 75.000 125.000 11/07/07
MS Toluene-dB(Surr) 2037 5 47.210 94.400 % Recov 75.000 125.000 11/07/07
MS Toluene 108-88-3 27.980 112.000 % Recov 76.000 120.000 : 11/07/07
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WSCF ANA

Y ICAL

ABORA

SDG Number: WSCF20071934
Matrix: WATER
Test: VOA Ground Water Protection

C.l

)C REPORT

Department:

Organic

Sample Date: 10/26 7
Receive Date:10/26/07

QC Low Upper RPD Analysis
Type Analyte CAS # QC Fevnd  QC Yield Units  Limit Limit R (%) Limit RQ  Date
MS Trichloroethene 79-01-6 22.920 91.700 % Recov 73.000 123.000 11/07/07
MSD 1,1-Dichloroethene 75-35-4 25.380 102.000 % Recov 63.000 117.000 11/07/07
MSD Benzene 71-43-2 25.200 101.000 % Recov 75.000 129.000 11/07/07
MSD 4-Bromofluorobenzene(Surr) 460-00-4 47.640 95.300 % Recov 75.000 125.000 11/07/07
MSD Chlorobenzene 108-90-7 27.320 109.000 % Recov 79.000 119.000 11/07/07
MSD 1,2-Dichioroethane-d4(Surr} 17 07-0 50.450 101.000 % Recov 75.000 125.000 11/07/07
MSD Toluene-d8(Surr) 2037-265 46.850 93.700 % Recov 75.000 125.000 11/07/07
MSD Toluene 108-88-3 26.210 105.000 % Recov 76.000 120.000 11/07/07
MSD Trichloroethene 79-01-6 21.120 84.500 % Recov 73.000 123.000 11/07/07
SPK-RPD 1,1-Dichloroethene 75-35-4 102.000 RPD 8.451 20.000 11/07/07 °
SPK-RPD Benzene 71-43-2 101.000 RPD 7.619 20.000 11/07/07
SPK-RPD Chlorobenzene 108-90-7 109.000 RPD 5.357 20.000 11/07/07
SPK-RPD 1,2-Dichloroethane-d4(Surr} 17060-07-0 101.000 RPD 0.000 20.000 11/07/07 °
SPK-RPD Toluene-d8{Surr} 2037-26-5 93.700 RPD 0.744 20.000 11/07/07
SPK-RPD Toluene 108-88-3 105.000 RPD 6.452 20.000 11/07/07
SPK-RPD Trichloroethene 79-01-6 84.500 RPD 8.173 20.000 11/07/07
SURR 4-Bromofluorobenzene(Surr) 460-00-4 47.530 95.100 % Recov 75.000 125.000 11/07/07
SURR 1,2-Dichloroethane-d4(Surr) 17060-07-0 50.540 101.000 % Recov 75.000 125.000 11/07/07
SURR Toluene-d8(Surr} 2037-26-5 47.330 94.700 % Recov 75.000 125.000 11/07/07
BATCH QC
BLANK 1,1-Dichloroethane 75-34-3 < 1.0 n/a ug/L V] 11/07/07
BLANK 1,1,1-Trichloroethane 71-55-6 < 1.0 n/a ug/L U 11/07/07
BLANK 1,1,2-Trichloroethane 79-00-5 < 1.0 n/a ug/L V] 11/07/07
BLANK 1,1,2,2 -Tetrachloroethane 79-34-5 < 1.0 n/a ug/L 0.000 5.000 U 11/07/07
BLANK 1,1-Dichloroethene 75-35-4 < 1.0 n/a ug/L U 11/07/07
BLANK 1,2-Dichlorpethane 107-06-2 < 1.0 nfa ug/L U 11/07/07
BLANK 1,2-Dichloroethene{Total} 540-59-0 <10 n/a ug/L V] 11/07/07
BLANK 1-Butano! 71-36-3 < 100 n/a ug/L U 11/07/07
BLANK 2-Hexanone 591-78-6 < 1.0 n/a ug/L V) 11/07/07
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