
WSCF Laboratory 

PO Box 1000 S3-30 

Richland, WA 99352 

(509) 373-7005 
(509) 372-0456 

Memorandum 

To: Michael Neely 
CH2M-HILL PRC 
PO Box 1600 
Richland , WA 99352 

From: WSCF Laboratory 

RECEIVED JANUARY 12, 2009 

WSCF Analytical Chemistry 

CC: 

Subject: 

Reference: 

FINAL RESULT FOR SAMPLE DELIVERY GROUP WSCF80092 
:poa-oaz./ 

(1) MOA-FH-CHPRC-2008 

5 

Date: January 9, 2009 

(2) HNF-SD-CD-QAPP-017, Rev 9, Waste Sampling & Characterization Facility Quality Assurance Plan 

This letter contains the following information for sample delivery group WCSF80092 

* Cover Sheet (Attachment 1) 
* Narrative (Attachment 2) 

* Analytical Results (Attachment 3) 

* Sample Receipt Information (Attachment 4) 

Electronically signed by Scot Fitzgerald 
For Lab Manager 
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ATTACHMENT 1 

COVERSHEET 

Consisting of 2 pages 

Including cover page 
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WSCF SAF Number Cross Reference 

Group# 
Data Deliverable Date 

WSCF80092 
12/20/08 

SAF# 

F08-082 

F08-082 

F08-082 

January 09, 2009 10:01 :13 

Sample ID 

81TPV4 

B1TPV5 

B1TPV6 

Sample# 

80092001 

80092002 

80092003 

Page 3 of 32 

Matrix 

WATER 

WATER 

WATER 

Sampled 

11/05/08 

11/05/08 

11/05/08 

Received 

11/05/08 

11/05/08 

11/05/08 

3004.1.1084.3 
Report ID: 80092 

Group # WSCFB0092 
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ATTACHMENT 2 

NARRATIVE 

Consisting of 3 pages 
Including cover page 
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Narrative---------------------------------

Attachment 2 
Narrative 

WSCF80092 

Introduction 

Three CHPRC samples were received al the WSCF Laboratory on November 05, 2008. Samples 
were analyzed for the analytes indicated on the attached copy of the chain of custody (COC) form 
in accordance with the Memorandum q/Agreemem (MOA-FH-CHPRC-2008, Rev.OJ, referenced 
in the cover letter. 

The narrative (Attachment 2) will address sample characteristics, analyses requested and general 
information in performance of the analytical methods. A Data Summary Report (Attachment 3) 
includes analytical results, a comment report detailing method abnormalities, tentatively 
identified peaks if applicable, method references, and Laboratory QC information as applicable . 
Copies of the chain of custody and sample receipt documentation are included as Attachment 4. 

ft should be noted that the attached chain of custody was stamped "ICED" by the ·wsCF 
Laboratory Sample Custodian during sample receiving, indicating the presence of ice in the 
transpon container. 

Analvtjca) Methodology for Requested Analvses 

Refer to WSCF Merhod Reference.1· Reporr for a complete listing of approved analytical methods. 

Inorganic Comments 

Anions - Hold time requirements for this analysis were met . A Duplicate, Matrix Spike, Matrix 
Spike Duplicate, Blank and Laboratory Control Sample were analyzed with this delivery group. 
Analytical Note(s) : 

• Sample results that were less than the reportable limit , however greater than the method 
detection limit, were B flagged. 

• Duplicates, Matrix Spikes and Matrix Spike Duplicate was analyzed on sample# BITPV5 
(80092002). 

All QC controls are within the established limits. 

Hexavalent Chromium -The hold time requirement for this analysis was not met on all 
samples in the SDG. See comment below. A Duplicate, Matrix Spike, Blank and Laboratory 
Control Sample were analyzed with this delivery group. Analytical Note(s): 

• Duplicate and Matrix Spike were analyzed on sample# Bl TPVG (80092002). 

• MS recovery did not meel the laboratory established lower limit of85% at 65.2%. 
Sample turbidity was elevated, interfering with the spike recovery. The turbidity blank 
was subtracted but the spike recovery remained low . An independent spike analysis on 
water blank resulted in normal recovery . 

All QC controls are within the established limits . 
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Narrative---------------------------------

Attachment 2 
l\"arrative 

WSCF80092 

Radiochemistrv Comments 

Rad Chem - There are no hold times associated with WSCF 's radiochemical methods. A 
Duplicate, Matrix Spike (]1.1atrix Spikes app~v only to .Neptunium, Technetium & Tritium and 
Matrix Spike Duplicate applies tu Neptunium} , Blank and Laboratory Control Sample were 
analyzed with this delivery group . Analytical Notc(s): 

• Strontium-89/90 and 85 (tracer) - Duplicate was analyzed on sample Bl W4Y9 
(80083004) . Duplicate RPD did not meet the established laboratory limit due to low 
sample activity . No flags issued. 

• Tritium - Duplicate and Matrix Spike was analyzed on sample BJTPV4 (80092001). 
Duplicate RPD did not meet the established laboratory limit due to low sample activity. 
No flags issued. 

All other QC controls are within the established limits. 

l certify that this data package is in compliance with the MOA, both technically and for 
completeness, for other than the conditions detailed above. Release of the data contained in this 
hard copy data package has been authorized by the Laboratory Analytical Manager and Client 
Services as verified by the following signatures. 

Scot L. Fitzgerald 
WSCF Analytical Laboratory Manager 
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Andrew Kopriva 
WSCF Client Services 
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ATTACHMENT 3 

ANALYTICAL RESULTS 

Consisting of 21 pages 
Including cover page 
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WSCF ANALYTICAL RESULTS REPORT 

Contract# 
Group# 

Report Date 

MOA-FH-CHPRC-2008 

WSCF80092 

January 9, 2009 

Analytical: Electronically signed by Scot Fitzgerald 

Client Services: Electronically signed by Andrew Kopriva 

All radiochemistry results are reported on an "as received» basis. 

For 

CH2M Hill Plateau Remediation 

PO Box 1600 
Richland, WA 99352 

Attention : Michael Neely 

This information is intended for the use of the addressee only. If the reader of th is report is not the intended recipient or is not authorized by the recipient to receive the report, you are hereby notified 
that any dissemination, distribution or copying of this report is strictly prohibited. If you have received this report in error, please notify WSCF Laboratory immediately by telephone at (509) 373-7020 or 
(509) 531-8004. Information designation of this report is the responsibility of the customer. 
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Batch QC List 

Attention Michael Neely 
Department Inorganic 

QC Batch Analytical S# Type 
Batch 

5915 1 BLANK 

5915 2 LCS 

5915 4 SAMPLE 

5915 5 SAMPLE 

5915 6 DUP 

5915 7 MS 

5915 8 SAMPLE 

5925 5925 1 BLANK 

5925 5925 3 LCS 

5925 5925 6 DUP 

5925 5925 7 MS 

5925 5925 8 MSD 

5925 5925 9 SAMPLE 

5925 5925 10 SAMPLE 

5925 5925 11 SAMPLE 

January 09, 2009 10:01 :20 

Sample# Client Sample# 

2171 BLANK 

2172 LCS 

80092001 B1TPV4 

80092003 B1TPV6 

2174 B 1 TPV6(80092003DUP) 

2175 B 1 TPV6(80092003MS) 

80092002 B1TPV5 

2200 BLANK 

2202 LCS 

2203 B1TPV5(80092002DUP) 

2204 B 1 TPV5(80092002MS) 

2205 B 1TPV5(80092002MSD) 

80092001 B1TPV4 

80092003 B1TPV6 

80092002 81TPV5 

Page 9 of 32 

Group# WSCF80092 

Project Number F08-082 

Original 

80092003 

80092003 

80092002 

80092002 

80092002 

Test 

Hexavalent chromium Discrete Analyzer 

Hexavalent chromium Discrete Analyzer 

Hexavalent chromium Discrete Analyzer 

Hexavalent chromium Discrete Analyzer 

Hexavalent chromium Discrete Analyzer 

Hexavalent chromium Discrete Analyzer 

Hexavalent chromium Discrete Analyzer 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 

Anions by Ion Chromatography (Water) 
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Batch QC List 

Attention Michael Neely 
Department Radiochemistry 

QC Batch Analytical S# Type 
Batch 

5909 10792 1 BLANK 

5909 10792 2 LCS 

5909 10792 3 DUP 

5909 10792 7 SAMPLE 

5909 10792 8 SAMPLE 

5909 10792 9 SAMPLE 

5955 5985 BLANK 

5955 5985 2 LCS 

5955 5985 3 DUP 

5955 5985 4 MS 

5955 5985 5 SAMPLE 

5955 5985 6 SAMPLE 

5955 5985 7 SAMPLE 

11490 14992 1 DUP 

11490 14992 2 BLANK 

11490 14992 3 LCS 

11490 14992 4 SAMPLE 

11490 14992 5 SAMPLE 

11490 14992 6 SAMPLE 

11490 14992 7 SAMPLE 

11490 14992 8 SAMPLE 

11490 14992 9 SAMPLE 

January 09, 2009 10:01 :20 

Sample# Client Sample# 

2151 BLANK 

2152 LCS 

2153 B 1 W4 Y9(80083004DU P) 

80092001 B1TPV4 

80092002 B1TPV5 

80092003 B1TPV6 

2271 BLANK 

2272 LCS 

2273 B 1 TPV4(80092001 DUP) 

2274 B 1TPV4(80092001 MS) 

80092001 B1TPV4 

80092002 B1TPV5 

80092003 B1TPV6 

2375 B 1XH01 (80079001 DUP) 

2737 BLANK 

2738 LCS 

80092001 B1TPV4 

80092001 B1TPV4 

80092002 B1TPV5 

80092002 B1TPV5 

80092003 B1TPV6 

80092003 B1TPV6 

Page 1 0 of 32 

Group# WSCF80092 

Project Number F08-082 

Original Test 

Strontium 89/90 (GPC/GEA) 

Strontium 89/90 (GPC/GEA) 

80083004 Strontium 89/90 (GPC/GEA) 

Strontium 89/90 (GPC/GEA) 

Strontium 89/90 (GPC/GEA) 

Strontium 89/90 (GPC/GEA) 

Tritium by LSC 

Tritium by LSC 

80092001 Tritium by LSC 

80092001 Tritium by LSC 

Tritium by LSC 

Tritium by LSC 

Tritium by LSC 

80092001 Gross Alpha/Gross Beta 

Gross Alpha/Gross Beta 

Gross Alpha/Gross Beta 

Gross Alpha/Gross Beta 

Gross Alpha/Gross Beta 

Gross Alpha/Gross Beta 

Gross Alpha/Gross Beta 

Gross Alpha/Gross Beta 

Gross Alpha/Gross Beta 

3004.1.1084.3 
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Method Reference 

Attention 
Department 

Michael Neely 
Inorganic 

Group # WSCF80092 

Project Number F0S-082 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method. 

LA-265-403 Hexavalent Chromium Analysis 

EPASW-846 7196A 
HEIS 7196_CR6 

LA-533-410 Anion Analysis by Ion Chromatography 

EPA-600/R-94-111 300.0 
HEIS 300.0_ANIONS_IC 

Hexavalent Chromium 
Hexavalent Chromium 

Determination of Inorganic Anions by Ion Chromatography 
Determination of Inorganic Anions by Ion Chromatography 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available online at http://www7.r1.gov/rapidweb/AS-D0L/index.cfm 
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Method Reference 

Attention 
Department 

Michael Neely 
Radiochemistry 

Group # WSCF800-92 

Project Number F08-082 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, th is table provides a listing of the regulatory, industry methods or HEIS 
methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or industry method is listed here even though WSCF procedure may reference 
an older version of the method. Also, a reference to a regulatory or industry method here does not necessarily indicate a verbatim implementation of that method. 

LA-220-406 Strontium-89 and 90 in Aqueous Samples by SR-SPEC Separation 

HEIS SRTOT_SEP _PRECIP _GPC Strontium 89/90, by Sr-Spec Sep. 
LA-508-415 Operation Of The Protean 2-lnch Alpha/Beta Counting System For Gross Alpha/ Beta Samples 

HEIS ALPHA_GPC Gross Alpha by GPC 
HEIS BETA_GPC Gross Beta by GPC 
HEIS SRTOT_SEP _PRECIP _GPC Strontium beta isotopic, GPC 

LA-508-421 Operation of the Tri-Carb Model 2500TR Liquid Scintillation Analyzer 
HEIS ALPHA_LSC A/B Liquid Scintillation 
HEIS BETA_LSC A/B Liquid Scintillation 
HEIS TC99_3MDSK_LSC TC99 by Liquid Scintillation 
HEIS TRITIUM_EIE_LSC Tritium, by Eichrome ion exchange, LSC 

Note: A complete list of WSCF analytical procedures and reference regulatory or industry methods is available on line at http://www7.r1.gov/rapidweb/AS-D0Uindex.cfm 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 80092001 

SAF# F08-082 

Sample ID B1TPV4 

Test Performed CAS# Method RQ Result 

I Anions by IC 
Anions by IC 

Fluoride 16984-48-8 LA-533-410 u <0.02 

Chloride 16887-00-6 LA-533-410 0.896 

Nitrite-N N02-N LA-533-410 u <0.01 

Bromide 24959-67-9 LA-533-410 u <0.05 

Nitrate-N N03-N LA-533-410 0.101 

Phosphate-P PO4-P LA-533-410 u <0.06 

Sulfate 14808-79-8 LA-533-410 9.91 

Cr(VI) 

Hexavalent chromium 18540-29-9 LA-265-403 UN1 <2.E-3 

MDL= Minimum Detection 
RQ = Result Qualifier 

B -Analyte < the RDL but>= the IDL/MDL. (Inorganic) 

TP Err = Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

January 09, 2009 10:01 :24 

C - Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 
E -Analyte is an estimate, see comment section . 

N - MS and/or MSD sample recovery outside control limits. 

Page 13 of32 

Group# WSCF80092 

Project Number F08-082 

Matrix WATER 

Sampled 11/05/08 

Received 11 /05/08 

TP Err Units DF MDL PQL 

ug/ml 0.02 0.20 

ug/ml 1 0.05 0.40 

ug/mL 1 0 .01 0.10 

ug/ml 1 0.05 0.50 

ug/ml 1 0.01 0.10 

ug/ml 1 0.06 0.40 

ug/ml 0.1 1.0 

mg/L 1 2.E-3 2.E-3 

M - Duplicate precision criteria not met. 
U - Ana lyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 

Sample ID 

80092002 

F08-082 

81TPV5 

Test Performed 

I Anions by IC 
Anions by IC 

Fluoride 

Chloride 

Nitrite-N 

Bromide 

Nitrate-N 

Phosphate-P 

Sulfate 

Cr(VI) 

Hexavalent chromium 

CAS# 

16984-48-8 

16887-00-6 

N02-N 
24959-67-9 

N03-N 
PO4-P 

14808-79-8 

18540-29-9 

Method 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-265-403 

RQ Result 

B 0.0621 

1.06 

u <0.01 

u <0.05 

0.166 

u <0.06 

12.3 

UN <2.E-3 

MDL = Minimum Detection 
RO = Result Qualifier 

B-Analyte < the RDL but>= the IDL/MDL. (Inorganic) 

TP Err= Total Propagated 
OF= Dilution Factor 
+ - Indicates more than nine qualifier 

January 09, 2009 10:01 :24 

C - Analyte was found in the Associated Blank. (Inorganic) 
D_ - Analyte was reported at a secondary diltution factor. 
E - Analyte is an estimate, see comment section . 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

mg/L 

Group # WSCF80092 

Project Number F08-082 

Matrix 

Sampled 

Received 

DF 

1 

1 

1 

1 

1 

1 

1 

WATER 

11/05/08 

11/05/08 

MDL 

0.02 

0.05 

0.01 

0.05 

0.01 

0.06 

0.1 

2.E-3 

PQL 

0.20 

0.40 
0.10 

0.50 

0.10 

0.40 

1.0 

2.E-3 

M - Duplicate precision criteria not met. 
U - Analyzed for but not detected above limiting criteria. 
X,Y or Z - See comment detail and/or narrative. 

Analyzed 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11 /05/08 

11/05/08 

11 /05/08 

11/05/08 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Inorganic 

Sample# 

SAF# 

Sample ID 

80092003 

F08-082 

B1TPV6 

Test Performed 

I Anions by IC 
Anions by IC 

Fluoride 

Chloride 

Nitrite-N 

Bromide 

Nitrate-N 

Phosphate-P 

Sulfate 

Cr(VI) 

Hexavalent chromium 

CAS# 

16984-48-8 

16887-00-6 

N02-N 
24959-67-9 

N03-N 
PO4-P 

14808-79-8 

18540-29-9 

Method 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-533-410 

LA-265-403 

RQ Result 

B 0.0691 

1.97 

u <0.01 

u <0.05 

0.596 

u <0.06 

23.2 

N 0.0125 

MDL = Minimum Detection 
RQ = Result Qualifier 

B - Analyte < the RDL but >= the IDL/MDL. (Inorganic) 

TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

January 09, 2009 10:01 :25 

C -Analyte was found in the Associated Blank. (Inorganic) 
D - Analyte was reported at a secondary diltution factor. 

E - Analyte is an estimate, see comment section. 
N - MS and/or MSD sample recovery outside control limits. 
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TP Err Units 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

ug/ml 

mg/L 

Group # WSCF80092 

Project Number F08-082 

Matrix 

Sampled 

Received 

OF 

1 

1 

1 

1 

1 

1 

1 

1 

WATER 

11/05/08 

11/05/08 

MOL 

0.02 

0.05 

0.01 

0.05 

0.01 

0.06 

0.1 

2.E-3 

PQL 

0.20 

0.40 

0.10 

0.50 

0.10 

0.40 

1.0 

2.E-3 

M - Duplicate precision criteria not met. 

U - Analyzed for but not detected above limiting criteria. 
X ,Y or Z - See comment detail and/or narrative. 

Analyzed 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample# 

SAF# 

Sample ID 

80092001 

F08-082 

B1TPV4 

Test Performed 

Alpha/Beta Prep 

Gross Alpha/Beta 
Gross Alpha 

Gross Beta 

~3 EICHROM 
! RI-CARB LSC 
Tritium 

: SR-89/90 
I SR-89/90 

Strontium-89/90 

CAS# 

12587-46-1 

12587-47-2 

10028-17-8 

SR-RAD 

Method RQ Result 

LA-508-415 3.88 

LA-508-415 9.63 

LA-508-421 u -4.00 

LA-220-406 u 0.964 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte was detected in both the BLANK and SAMPLE 
U -Analyzed for but not detected above limiting criteria. 

TP Err = Total Propagated 
OF = Dilution Factor 
+ - Indicates more than nine qualifier 

January 09, 2009 10:01 :25 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 
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TP Err Units 

1.84 pCi/L 

2.55 pCi/L 

63 pCi/L 

1.99 pCi/L 

Group # WSCF80092 

Project Number F08-082 

Matrix 

Sampled 

Received 

DF 

1 

1 

1 

WATER 

11/05/08 

11/05/08 

MDL 

2.3 

3.2 

220 

1.2 

PQL Analyzed 

11/24/08 

12/02/08 

12/02/08 

11/07/08 

11/07/08 

11/05/08 

11/13/08 

3004 .1.1084.3 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample# 

SAF# 

Sample ID 

80092002 

F08-082 

81TPV5 

Test Performed 

Alpha/Beta Prep 

Gross Alpha/Beta 

Gross Alpha 

Gross Beta 

: TRI-CARB LSC 
I H3 EICHROM 

Tritium 

I SR-89/90 
SR-89/90 

Strontium-89/90 

CAS# 

12587-46-1 

12587-47-2 

10028-17-8 

SR-RAD 

Method RQ Result 

LA-508-415 2.66 

LA-508-415 10.8 

LA-508-421 u 4.90 

LA-220-406 u -0.599 

MDL= Minimum Detection 
RQ = Result Qualifier 

B -Analyte was detected in both the BLANK and SAMPLE 

U - Analyzed for but not detected above limiting criteria . 

TP Err = Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

January 09, 2009 10:01 :26 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z - See comment detail and/or narrative. 

Page 17 of32 

TP Err Units 

1.57 pCi/L 

2.46 pCi/L 

34 pCi/L 

1.81 pCi/L 

Group # WSCF80092 

Project Number F08-082 

Matrix 

Sampled 

Received 

OF 

1 

1 

1 

1 

WATER 

11/05/08 

11/05/08 

MDL 

2.1 

2.8 

220 

1.1 

PQL Analyzed 

11/24/08 

12/02/08 

12/02/08 

11/07/08 

11/07/08 

11/05/08 

11/13/08 
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WSCF Analytical Results Report 

Attention Michael Neely 
Department Radiochemistry 

Sample# 

SAF# 

Sample ID 

80092003 

F08-082 

81TPV6 

Test Performed 

Alpha/Beta Prep 

Gross Alpha/Beta 

Gross Alpha 

Gross Beta 

I HJ EICHROM 
: TRI-CARB LSC 
Tritium 

I SR-89/90 
SR-89/90 

Strontium-89/90 

CAS# 

12587-46-1 

12587-47-2 

10028-17-8 

SR-RAD 

Method RQ Result 

LA-508-415 u 1.44 

LA-508-415 5.60 

LA-508-421 u 32.0 

LA-220-406 u -0.209 

MDL= Minimum Detection 
RQ = Result Qualifier 

B - Analyte was detected in both the BLANK and SAMPLE 
U - Analyzed for but not detected above limiting criteria . 

TP Err= Total Propagated 
DF = Dilution Factor 
+ - Indicates more than nine qualifier 

January 09, 2009 10:01 :26 

N - Spike Recovery is Outside Control Limits. 
X,Y or Z- See comment detail and/or narrative. 
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TP Err Units 

1.09 pCi/L 

1.65 pCi/L 

95.6 pCi/L 

1.9 pCi/L 

Group # WSCF80092 

Project Number F08-082 

Matrix 

Sampled 

Received 

DF 

1 

1 

1 

1 

WATER 

11/05/08 

11/05/08 

MDL 

1.6 

2.2 

220 

1.2 

PQL Analyzed 

11/24/08 

12/02/08 

12/02/08 

11/07/08 

11/07/08 

11/05/08 

11/13/08 

3004.1.1084.3 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

QC Batch 5915 Test 

Associated Samples 80092001 , 80092002, 80092003 

Original 
Analyte CAS# Found QC Found Units % Recov Limits 

BLANK QC Sample #2171 

Hexavalent chromium 18540-29-9 <2.E-3 mg/L 
LCS QC Sample #2172 

Hexavalent chromium 18540-29-9 0.0501 mg/L 99.8 90 - 110 
DUP QC Sample #217 4 

Original 80092003 

Hexavalent chromium 18540-29-9 .0125 0.0110 mg/L 
MS QC Sample #2175 

Original 80092003 

Hexavalent chromium 18540-29-9 .0125 0.0387 mg/L 65.2 85 - 115 
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Group# WSCF80092 

Project Number F08-082 

Hexavalent chromium Discrete Analyzer 

RPD 

RPD Limit RQ 

u 

12.80 20 

1 

Analyzed 

11/05/08 

11/05/08 

11 /05/08 

11/05/08 

3004.1.1084.3 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Group # WSCF80092 

Project Number F08-082 

QC Batch 5925 Test Anions by Ion Chromatography (Water) 

Associated Samples 80092001 , 80092002, 80092003 

Original RPO 

Analyte CAS# Found QC Found Units % Recov Limits RPO Limit RQ Analyzed 

BLANK QC Sample #2200 

Fluoride 16984-48-8 <0.023 ug/ml u 11/05/08 

Chloride 16887-00-6 <0.047 ug/mL u 11/05/08 

Nitrite-N N02-N <0.013 ug/mL u 11/05/08 

Bromide 24959-67-9 <0.046 ug/ml u 11/05/08 

Nitrate-N N03-N <0.012 ug/ml u 11/05/08 

Phosphate-P PO4-P <0.061 ug/mL u 11/05/08 

Sulfate 14808-79-8 <0.13 ug/mL u 11/05/08 
LCS QC Sample #2202 

Fluoride 16984-48-8 0.959 ug/ml 94 90 -110 11/05/08 

Chloride 16887-00-6 1.90 ug/ml 95.6 90-- 110 11/05/08 

Nitrite-N N02-N 0.939 ug/ml 94 90 - 110 11/05/08 

Bromide 24959-67-9 3.78 ug/ml 95.5 90- 110 11/05/08 

Nitrate-N N03-N 0.865 ug/ml 96.2 90 - 110 11/05/08 

Phosphate-P PO4-P 1.90 ug/ml 98.3 90 - 110 11/05/08 

Sulfate 14808-79-8 3.85 ug/ml 96.2 90 - 110 11/05/08 
OUP QC Sample #2203 

Original 80092002 

Fluoride 16984-48-8 .0621 0.0700 ug/ml 12.00 20 B 11/05/08 

Chloride 16887-00-6 1.06 1.06 ug/ml 0.00 20 11/05/08 

Nitrite-N N02-N 0 <0.013 ug/ml 0.00 20 u 11/05/08 
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Quality Control Report 

Attention Michael Neely 
Department Inorganic 

Analyte CAS# 
Original 
Found QC Found Units % Recov Limits 

Bromide 24959-67-9 0 <0.046 ug/ml 

Nitrate-N NO3-N .166 0.163 ug/ml 

Phosphate-P PO4-P 0 <0.061 ug/ml 

Sulfate 14808-79-8 12.3 12.3 ug/ml 
MS QC Sample #2204 

Original 80092002 

Fluoride 16984-48-8 .0621 0.552 ug/ml 96.1 80 - 120 

Chloride 16887-00-6 1.06 2.04 ug/ml 99.2 80 - 120 

Nitrite-N NO2-N 0 0.404 ug/ml 80.9 80 - 120 

Bromide 24959-67-9 0 1.63 ug/ml 82 .2 80 - 120 

Nitrate-N NO3-N .166 0.560 ug/ml 87.5 80 - 120 

Phosphate-P PO4-P 0 0.874 ug/ml 90.4 80 - 120 

Sulfate 14808-79-8 12.3 14.2 ug/ml 93.5 80 - 120 
MSD QC Sample #2205 

Original 80092002 

Fluoride 16984-48-8 .0621 0.561 ug/ml 97.8 80 - 120 

Chloride 16887-00-6 1.06 2.05 ug/ml 100 80 - 120 

Nitrite-N N02-N 0 0.426 ug/ml 85.2 80 - 120 

Bromide 24959-67-9 0 1.92 ug/ml 97 80 - 120 

Nitrate-N NO3-N .166 0.609 ug/ml 98.4 80 - 120 

Phosphate-P PO4-P 0 0.925 ug/ml 95.6 80 - 120 

Sulfate 14808-79-8 12.3 14.1 ug/ml 89.5 80 - 120 
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RPD 

0.00 

1.82 

0.00 

0.00 

1.75 

0.80 

5.18 

16.50 

11 .70 

5.59 

4.37 

Group# WSCF80092 

Project Number F08-082 

RPD 
Limit RQ 

20 u 
20 

20 u 
20 

Paired 2204 

20 

20 

20 

20 

20 

20 

20 

Analyzed 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 

11/05/08 
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Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 5909 Test 

Associated Samples 80092001 , 80092002, 80092003 

Original 
Analyte CAS# Found QC Found Units % Recov limits 

BLANK QC Sample #2151 

Strontium-89/90 SR-RAD -0.428 pCi/L 
LCS QC Sample #2152 

Strontium-89/90 SR-RAD 136 pCi/L 98.2 80 - 120 
DUP QC Sample #2153 

Original 80083004 

Strontium-89/90 SR-RAD -1 .79 pCi/L 
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Group # WSCF80092 

Project Number F08-082 

Strontium 89/90 (GPC/GEA) 

RPO 

RPO limit RQ 

u 

-283.46 -20 - 20 . U1 

Analyzed 

11/13/08 

11/13/08 

11/13/08 
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Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 5955 Test 

Associated Samples 80092001 , 80092002, 80092003 

Original 
Analyte CAS# Found QC Found Units % Recov Limits 

BLANK QC Sample #2271 

Tritium 10028-17-8 -12 .0 pCi/L 
LCS QC Sample #2272 

Tritium 10028-17-8 2660 pCi/L 92.14 80 - 120 
DUP QC Sample #2273 

Original 80092001 

Tritium 10028-17-8 -4 -6.30 pCi/L 
MS QC Sample #2274 

Original 80092001 

Tritium 10028-17-8 -4 18800 pCi/L 82.85 75 - 125 
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Tritium by LSC 

RPO 

RPO Limit RQ 

u 

-44.66 -20 - 20 * U1 

Analyzed 

11/07/08 

11/07/08 

11/07/08 

11/07/08 

3004.1.1084.3 
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Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 11490 Test 

Associated Samples 80092001 , 80092002, 80092003 

Original 
Analyte CAS# Found QC Found Units % Recov Limits 

DUP QC Sample #2375 

Original 80092001 

Gross Alpha 12587-46-1 3.88 3.50 pCi/L 

Gross Beta 12587-47-2 9.63 11 .2 pCi/L 
BLANK QC Sample #2737 

Gross Alpha 12587-46-1 0.410 pCi/L 

Gross Beta 12587-47-2 0.754 pCi/L 
LCS QC Sample #2738 

Gross Alpha 12587-46-1 50.0 pCi/L 96.77 80 - 120 

Gross Beta 12587-47-2 168 pCi/L 112.5 80-120 
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Group # WSCF80092 

Project Number F08-082 

Gross Alpha/Gross Beta 

RPO 

RPO Limit RQ 

10.30 -20 - 20 
15.07 -20 - 20 

Analyzed 

12/02/08 

12/02/08 

12/02/08 

12/02/08 

12/02/08 

12/02/08 
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Quality Control Report 

Attention Michael Neely 
Department Radiochemistry 

QC Batch 5909 Test 

Associated Samples 80092001 , 80092002, 80092003 

Original 
Analyte CAS# Found QC Found Units % Recov Limits 

BLANK QC Sample #2151 

Strontium-85 13967-73-2 pCi/Sample 84.4 25 - 102.5 
LCS QC Sample #2152 

Strontium-85 13967-73-2 pCi/Sample 91 .5 25 - 102.5 
DUP QC Sample #2153 

Original 80083004 

Strontium-85 13967-73-2 pCi/Sample 93.5 25 - 102.5 
SAMPLE Sample #80092001 

Strontium-85 13967-73-2 pCi/Sample 83.7 25 -102.5 
SAMPLE Sample #80092002 

Strontium-85 13967-73-2 pCi/Sample 89 25 - 102.5 
SAMPLE Sample #80092003 

Strontium-85 13967-73-2 pCi/Sample 82.4 25 - 102.5 
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Group # WSCF80092 

Project Number F08-082 

Strontium 89/90 (GPC/GEA) 

RPO 

RPO Limit RQ 

4.26 

Analyzed 

11/13/08 

11/13/08 

11 /13/08 

11/13/08 

11/13/08 

11/13/08 
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Analytical Comment Report 

Attention 

I B0092001 
Department 

Analyte 

Michael Neely 

B1TPV4 
Inorganic 

Hexavalent chromium - Hexavalent chromium Discrete Analyzer 

[1] Sample turbidity high, interfering with spike recovery even with turbidity blank subtracted. 
showed normal recovery. 

I Quality Control Comments 
Department Inorganic 

2175 81TPV6(80092003MS) 

Analyte Hexavalent chromium - Hexavalent chromium Discrete Analyzer 

Group# WSCF80092 

Project Number F08-082 

Independent spike run on water blank 

[1] Spike Sample recovery is outside Control Limits. Sample turbidity high, interfering with spike recovery even with turbidity 
blank subtracted. Independent spike run on water blank showed normal recovery. 
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Analytical Comment Report 

Attention Michael Neely Group # WSCF80092 

Project Number F08-082 

I Quality Control Comments 
Department Radiochemistry 

2153 B1W4Y9(80083004DUP) 

Analyte Strontium-89/90 - Strontium 89/90 (GPC/GEA) 
[1] Duplicate RPO out-of-limits. RPO limit does not apply to results near the Minimum Detectable Concentration. 

Department Radiochemistry 

2273 B1TPV4(80092001DUP) 

Analyte Tritium - Tritium by LSC 
[1] Duplicate RPO out-of-limits. RPO limit does not apply to results near the Minimum Detectable Concentration. 
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ATTACHMENT4 

SAMPLE RECEIPT 

Consisting of 5 pages 
Including cover page 
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Sample Receipt 

Waste Sampling and Characterization Facility 
P.O. Box 1970 S3-30, Richland WA 99352 

Phone: (509) 373-7004/FAX: (509) 373-7134 

ACKNOWLEDGEMENT OF SAMPLES RECEIVED 

WSCF Laboratory 
PO Box 1000 S3-30 
Richland , WA 99352 

ATTN : Mic hael Neely 

Custome r Code : 

PO#: 

Work Order#: 

Profile#: 

Proj . Mgr.: 

Phone : 

CHPRC 

123630 

80092 

F08-082-058 

The following samples we re received f rom you on 11 /5/2008 1:15:00 PM . They have been s cheduled for the 
tests listed be side each sample. If th is information is incorrect , please contact your service re presentative . 
Than k you for using Waste Samp ling and Characterization Faci lity. 

Sample# Sample ID Matrix Collected Received 

Tests scheduled 

80092001 B1TPV4 WATER 11 /5/2008 09:44 11/5/2008 13: · 
CR6 DA-W; GAB-AO-W; GAB-6O-W; H 3.COL-W; IC-W; SR89l90-W 

80092002 B1TPV5 WATER 11 /5/ 2008 10:23 11 / 5/2008 13 :· 
CR6DA-W ; GAB-AO-W; GAB-6O-W ; H 3 -COL-W; IC-W ; SR89l 90-W 

80092003 B1 T PV6 WATER 11 / 5/2008 10 :00 11/ 5/2008 13 : · 
C R 6 DA-W ; GAB-A O-W; GAB- 6 O -W; H 3-CO L-W; IC-W ; S R 89/9 0 -W 

Test Acronym Description 
Test Acronym 

CR6+LCS-W 

CR6+MS-W 

CR6DA-W 

GAB-AO-W 

GAB-B0-W 

H3-COL-W 

IC -W 

SR89/90-W 

Description 

Cr6 LCS(W,D isc rete analyzer) 

Cr6 MS(W,Discrete analyzer) 

Cr6 (W,Discrete analyzer) 

Gross Alpha/Beta (A on ly )(W) 

Gross Alpha/Beta (B only )(W) 

Tritium by EICHROM Column (W) 

Anion s by IC (W ) 

Strontium 89/90 (GPC ) (W) 

Th ursda)' , Novcni ber 06 . 2000 6 ·39:06 AM Page 1 of 4 
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