
005929 0 

SAF-B03-002 
100-K Area Near Field Monitoring -

Air Filter Analysis 
45 DAY PACKAGE 

FAX RESULTS TO: 

COMPLETE COPY OF DATA PACKAGE TO: 

Joan Kessner H0-25 

DIS 

COMMENTS: (PLEASE INCLUDE THE FOLLOWING ON THE FAX COVER 
SHEET) 

SDG SAF-B03-002 

X Rad only Chem only Rad & Chem 

X Complete Partial 

!lE!~~!~~ 
EDMC 



Analytical: 

WSCF 

ANALYTICAL RESULTS REPORT 

for 

Effluent and Environmental Monitoring (EEM) 
Post Office Box 1970 T6-36 
Richland, WA 99352 

Attention: Larry Diediker 

Client Services : ------------

Report#: 20021636 
Report Date: 14-jan-2003 
Report W004/ver. 4.10 
Effluent and Environmental Monitoring (EEM) 

E:03-tb~ 
W~FD101 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Larry Diediker 
Project: NFM: Near Field Monitoring 

WSCF 
Sample# Client ID CAS# Test Performed Matrix Method RQ Result Unit 
W02F003409 S444592 Gross Alpha FIL TEA LA-508-415 3.74E-06 uCi 

W02F003409 S444592 Gross Alpha Abs. Cntg Error FILTER LA-508-415 9.48E-07 uCi 

W02F003409 S444592 12587-47-2 Gross Beta FILTER LA-508-4 15 6.49E-05 uCi 

W02F003409 S444592 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.42E-06 uCi 

W02F003410 S4445 89 Gross Alpha FILTER LA- 508-415 2.76E-06 uCi 

W02F003410 S444589 Gross Alpha Abs . Cntg Error FILTER LA-508-415 8. 16E-07 uCi 

W02F003410 S444589 12587-47-2 Gross Beta FILTER LA-508-4 15 5.82E-05 uCi 

W02F003410 S444589 E,T,C Gross Beta Abso lute Cntg Error FILTER LA-508-415 3.24E-06 uCi 

W02F003411 S444593 Gross Alpha FILTER LA-508-415 4 .23E-06 uCi 

W02F003411 S444593 Gross Alpha Abs . Cntg Error FILTER LA-508-415 l.OlE-06 uCi 

W02F003411 S444593 12587-47-2 Gross Beta FILTER LA-508-415 6 .71 E-05 uCi 

W02F003411 S444593 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.48E-06 uCi 

W02F003412 S444601 Gross Alpha FILTER LA-508-415 2. 76E-06 uCi 

W02F003412 S444601 Gross Alpha Abs . Cntg Error FILTER LA-508-415 8.16E-07 uCi 

W02F003412 S444601 12587-47-2 Gross Beta FILTER LA-508-415 5.45E-05 uCi 

W02F003412 S444601 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-4 15 3.1 4E-06 uCi 

W02F003413 S444551 Gross Alpha FILTER LA-508-415 3.00E-06 uCi 

W02F003413 S444551 Gross Alpha Abs . Cntg Error FILTER LA-508-4 15 8.51E-07 uCi 

W02F003413 S444551 12587-47-2 Gross Beta FILTER LA-508-415 5 .28E-05 uCi 

W02F003413 S444551 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.09E-06 uCi 

W02F003414 S444538 Gross Alpha FILTER LA-508-415 3.37 E-06 uCi 

W02F003414 S444538 Gross A lpha Abs . Cntg Error FILTER LA-508-415 9.01E-07 uCi 

W02F003414 S4445 38 12587-47-2 Gross Beta FILTER LA-508-415 6.05E-05 uCi 

W02F003414 S444538 E,T,C Gross Beta Abso lute Cntg Error FILTER LA-508-415 3.31 E-06 uCi 

W02F003415 S444536 Gross Alpha FILTER LA-508-415 3.49E-06 uCi 

W02F003415 S4445 36 Gross Alpha Abs . Cntg Error FILTER LA-508-415 9. 17E-07 uCi 

W02F003415 S444536 12587-47-2 Gross Beta FILTER LA-508-415 6.14E-05 uCi 

MDL=Minimum Detection Limit 
RQ = Result Qualifier B - The analyte was detected in the associated method blank . D - Compound concentration resulted from a dilution. 

E - Compound concentration exceeded calibration range . J - Estimated value . Z - See Comments . 

DF= Dilution Factor N - Identification is based on a mass spectral library search. U - The analyte was analyzed for but not detected . 

• - Indicates results that have NOT been validated; + - Indicates more than six qualifier symbols 

Report W004/ver. 4. 10 
Effluent and Environmental Monitoring (EEM) 

.. 

Group#: 20021636 

DF MDL Analyze Sample Receive 
4.18e-007 11/25/02 11/11/02 11/19/02 

0.00 11 /25/02 11/11/02 11/19/02 

9.47e-007 11/25/02 11/11/02 11 / 19/02 

0.00 11/25/02 11/11 /02 11 / 19/02 

4.18e-007 11/25/02 11/11/02 11/19/02 

0.00 11/25/02 11/11/02 11 /19/02 

9.47e-007 11/25/02 11/11 /02 11 / 19/02 

0.00 11 / 25/02 11/11 /02 11/19/02 

4 .1 8e-007 11 / 25/02 11 / 11 /02 11 / 19/02 

0 .00 11 / 25/02 11 / 11 /02 11 / 19/02 

9.47e-007 11 / 25 /02 11 / 11 /02 11 / 19/02 

0.00 11 / 25/02 11 / 11 /02 ~11 / 19/02 

4 .18e-007 1 1/ 25/02 11 / 11 /0 2 11 / 19/02 

0 .00 11 / 25/02 11 / 11 /02 1 1/ 19/02 

9.47e-007 11 / 25/02 11 / 11 /02 11/19/02 

0.00 11 / 25/02 11 / 11 /02 11 / 19/02 

4 .18e-007 11 /25 /02 11 / 11 /02 11 / 19/02 

0.00 11 / 25/02 11/11 /02 11 / 19/02 

9.47e-007 11 / 25/02 11 / 11 /02 11 / 19/02 

0.00 11 / 25/02 11/11 /02 11 / 19/02 

4 . 18e-007 11 / 25/02 11 / 11 /02 11/19/02 

0 .00 11 /2 5/02 11/11 /02 11 / 19/02 

9.47e-007 11 / 25 /02 11 / 11 /02 11 / 19/02 

0 .00 11 / 25/02 11 / 11 /02 11 / 19/02 

4.18e-007 11 / 25/02 11 / 11 /02 11 / 19/02 

0 .00 ll/25/02 11 / 11 /02 11 / 19/02 

9.47e-007 11 /2 5/02 11 / 11 /02 11 / 19/02 

l Page 2 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Larry Diediker 
Project: NFM: Near Field Monitoring 

WSCF 
Sample# Client ID CAS# Test Performed Matrix Method RQ Result Unit 
W02F003415 $444536 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.33E-06 uCi 

W02F003416 S444539 Gross Alpha FILTER LA-508-415 2. 76E-06 uCi 

W02F003416 S444539 Gross Alpha Abs. Cntg Error FIL TEA LA-508-415 8.16E-07 uCi 

W02F003416 S444539 12587-47-2 Gross Beta FILTER LA-508-415 5.46E-05 uCi 

W02F003416 S444539 E,T,C Gross Beta Absolute Cntg -Error FILTER LA-508-415 3.14E-06 uCi 

W02F003417 S444599 Gross Alpha FIL TEA LA-508-415 2.51 E-06 uCi 

W02F003417 S444599 Gross Alpha Abs. Cntg Error FILTER LA-508-415 7.80E-07 uCi 

W02F003417 S444599 12587-47-2 Gross Beta FILTER LA-508-415 3.56E-05 uCi 

W02F003417 S444599 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 2.54E-06 uCi 

W02F003418 S444534 Gross Alpha FIL TEA LA-508-415 3.62E-06 uCi 

W02F003418 S444534 Gross Alpha Abs. Cntg Error FIL TEA LA-508-4 15 9.32E-07 uCi 

W02F003418 S444534 12587-47-2 Gross Beta FIL TEA LA-508-415 5.83E-05 uCi 

W02F003418 S444534 E,T,C Gross Beta Absolute Cntg Error FIL TEA LA-508-415 3.25E-06 uCi 

W02F003419 S444545 Gross Alpha FIL TEA LA-508-4 15 1.77E-06 uCi 

W02F003419 S444545 Gross Alpha Abs . Cntg Error FIL TEA LA-508-415 6.59E-07 uCi 

W02F003419 S444545 12587-47-2 Gross Beta FIL TEA LA-508-415 4.93E-05 uCi 

W02F003419 S444545 E,T,C Gross Beta Absolute Cntg Error FIL TEA LA-508-415 2.99E-06 uCi 

W02F003420 S444531 Gross Alpha FIL TEA LA-508-415 2.88E-06 uCi 

W02F003420 S444531 Gross Alpha Abs. Cntg Error FIL TEA LA-508-415 8.34E-07 uCi 

W02F003420 S444531 12587-47-2 Gross Beta FIL TEA LA-508-415 6.57E-05 uCi 

W02F003420 S444531 E,T,C Gross Beta Absolute Cntg Error FIL TEA LA-508-415 3.44E-06 uCi 

W02F003421 S444603 Gross Alpha FIL TEA LA-508-415 3.37E-06 uCi 

W02F003421 S444603 Gross Alpha Abs . Cntg Error FIL TEA LA-508-415 9 .0lE-07 uCi 

W02F003421 S444603 12587-47-2 Gross Beta FILTER LA-508-415 6.38E-05 uCi 

W02F003421 S444603 E,T,C Gross Beta Absolute Cntg Error FIL TEA LA-508-415 3.40E-06 uCi 

W02F003422 S444595 Gross Alpha FIL TEA LA-508-415 2.27E-06 uCi 

W02F003422 S444595 Gross Alpha Abs . Cntg Error FIL TEA LA-508-4 15 7.42E-07 uCi 

MDL=Minimum Detection Limit 
RQ=Result Qualifier B - The analyte was detected in the associated method blank. D - Compound concentration resulted from a dilution. 

E - Compound concentration exceeded calibration range . J - Estimated value . Z - See Comments. 

DF=Dilution Factor N - Identification is based on a mass spectral library search. U - The analyte was analyzed for but not detected . 

• - Indicates results that have NOT been validated; + - Indicates more than six qualifier· symbols 

Report W004/ver. 4. JO 
Effluent and Environmental Monitoring (EEM) 

Group#: 20021636 

DF MDL Analyze Sample Receive 
0 .00 11/25/02 11 /1 1/02 11 / 19/02 

4.18e-007 11 /25/02 11/11 /02 11/19/02 

0.00 11/25/02 11/11 /02 11/19/02 

9.47e-007 11/25/02 11/11/02 11/19/02 

0.00 11/25/02 11 / 11 /02 11 /1 9/02 

4.18e-007 11/25/02 11 / 12/02 11 / 19/02 

0.00 11/25/02 11 / 12/02 11 / 19/02 

9.47e-007 11 /2 5/02 11 / 12/02 11 / 19/02 

0 .00 11/25/02 11/12/02 11 / 19/02 

4 .1 Be-007 11/25/02 11/12/02 11/19/02 

0.00 11/25/02 11/12/02 11 /19/02 

9.47e-007 11 /25/02 11 / 12/02 11 / 19/02 

0.00 11/25/02 11 / 12/02 11 / 19/02 

4 . l Be-007 11/25/02 11 / 11 /02-11 / 19/02 

0.00 11/25/02 11 / 11 /02 11/19/02 

9.47e-007 11 /25/02 11 / 11 /02 11 / 19/02 

0.00 11 / 25/02 11 / 11 /02 11/19/02 

4.18e-007 11/25/02 11 / 11 /02 11/19/02 

0.00 11 / 25/02 11 / 11 /02 11 / 19/02 

9.47e-007 11 /25/02 11/11 /02 11 / 19/02 

0 .00 11/25/02 11/11 /02 11 / 19/02 

4. 1 Be-007 11/25/02 11 /1 1/02 11 /19/02 

0.00 11/25/02 11/11 /02 11 / 19/02 

9.47e-007 11/25/02 11 / 11 /02 11 / 19/02 

0 .00 11/25/02 11 / 11 /02 11 / 19/02 

4. l 8e-007 11 / 25/02 11/11/02 11/19/02 

0.00 11/25/02 11 / 11 /02 11 / 19/02 

J Page 3 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Larry Diediker 
Project: NFM: Near Field Monitoring 

WSCF 
Sample# Client ID CAS# Test Performed Matrix Method RQ Result Unit 
W02F003422 S444595 12587-47~2 Gross Beta FILTER LA-508-415 5.86E-05 uci 

W02F003422 S444595 E,T,C Gross Beta Absolute Cntg Error FIL TEA LA- 508-415 3.25E-06 uCi 

W02F003423 S444532 Gross Alpha FIL TEA LA-508-415 3.25 E-06 uCi 

W02F003423 S444532 Gross Alpha Abs. Cntg Error FILTER LA-508-415 8.85E-07 uCi 

W02F003423 S4445 32 12587-47-2 Gross Beta FILTER LA-508-41 5 6.37E-05 uCi 

W02F003423 S444532 E,T,C Gross Beta Absolute Cntg Error FIL TEA LA-508-415 3 .39E-06 uCi 

W02F003424 S444529 Gross Alpha FILTER LA-508-415 2 .88E-06 uCi 

W02F003424 S4445 29 Gross Alpha Abs . Cntg Error FIL TEA LA-508-415 8.34E-07 uCi 

W02F003424 S4445 29 12587-47-2 Gross Beta FILTER LA-508-4 15 5. 72E-05 uCi 

W02F003424 S4445 29 E,T,C Gross Beta Abso lute Cntg Error FIL TEA LA-508-415 3.22E-06 uCi 

W02F003425 S4445 82 Gross Alpha FIL TEA LA-508-415 3 .49E-06 uCi 

W02F00342 5 S444582 Gross Alpha Abs . Cntg Error FIL TEA LA-508-415 9 .17E-07 uCi 

W02F003425 S444582 12587-47-2 Gross Beta FIL TEA LA-508-415 6. 15E-05 uCi 

W02F003425 S444582 E,T,C Gross Beta Absolu te Cntg Error FIL TEA LA- 508-41 5 3.33E-06 uCi 

W02F003426 S444565 Gross Alpha FIL TEA LA-508-41 5 1 .90E-06 uCi 

W02F003426 S444565 Gross Alpha Abs. Cntg Error FIL TEA LA-508-415 6 .81 E-07 uCi 

W02F003426 S444565 12587-47-2 Gross Beta FIL TEA LA-508-415 6.01 E-05 uCi 

W02F003426 S444565 E,T,C Gross Beta Absolute Cntg Error FIL TEA LA-508-415 3.30E-06 uCi 

W02F003427 S444530 Gross Alpha FIL TEA LA-508-415 3.09E-06 uCi 

W02F003427 S4445 30 Gross Alpha Abs . Cntg Error FIL TEA LA-508-415 8. 73E-07 uCi 

W02F003427 S4445 30 12587-47-2 Gross Beta FIL TEA LA-508-415 5.81 E-05 uCi 

W02F003427 S444530 E,T, C Gross Beta Abso lute Cntg Error FIL TEA LA-508-415 3.22E-06 uCi 

W02F003428 S444583 . Gross Alpha FIL TEA LA-508-415 3.59E-06 uCi 

W02F0034 28 S444583 Gross Alpha Abs. Cntg Error FIL TEA LA-508-41 5 9.40E-07 uCi 

W02F003428 S444583 12587-47- 2 Gross Beta FIL TEA LA-508-415 5.24E-05 uCi 

W02F003428 S444583 E,T,C Gross Beta Absolute Cntg Error FIL TEA LA-508-415 3 .06E-06 uCi 

W02F003429 S444553 Gross Alpha FILTER LA-508-415 4 .72E-06 uCi 

MDL=Minimum Detection Limit 
RQ=Result Qualifier B - The analyte was detected in the associated method blank . D - Compound concentration resulted from a dilution. 

E . Compound concentration exceeded calibration range . J - Estimated value. Z • See Comments. 

DF=Dilution Factor N. Identification is based on a mass spectral library search. U - The analyte was analyzed for but not detected. 

• - Indica tes results that have NOT been va lidated; + - Indicates more than si x qualifier symbols 

Report W004/ver. 4.10 
Efll.uent and Environmental Monitoring (EEM) 

Group#: 20021636 

DF MDL Analyze Sample Receive 
· 9~47e-007 1 i/25/cii 11/11/02 1i /1 9/02 

0 .00 11 /2 5/02 11 / 11 /02 11 / 19/02 

4 . 18e-007 11 / 25/02 11 / 11 /02 11 / 19/02 

0.00 11/25/02 11/11 /02 11 / 19/02 

9.47e-007 11 /25/02 11 / 11 /02 11 / 19/02 

0.00 11/25/02 11 / 11 /02 11 / 19/02 

4.18e-007 11/25/02 11 / 11 /02 11 / 19/02 

0.00 11 / 25/02 11 / 11 /02 11 / 19/02 

9.47e-007 11 / 25/02 11/1 1/02 11 / 19/02 

0 .00 11/25/02 11/11 /02 11 /19/02 

4 .18e-007 11 /25/02 11 / 11 /02 11 / 19/02 
-

0.00 11/25/02 11 / 11 /02 11 / 19/02 

9.47e-007 11 / 25/02 11 / 11 /02 11 / 19/02 

0.00 11 / 25 /02 11 / 11 /02- 11 / 19/02 

4. 18e-007 11 /25 /02 11/11 /02 11 / 19/02 

0.00 11/25/02 11 / 11/02 11/19/02 

9.47e-007 11 / 25/02 11 / 11 /02 11 /19/02 

0.00 11 /2 5/02 11/11 /02 11 /19/02 

4. 18e-007 11 / 26/02 11 / 11 /02 11 / 19/02 

0.00 11 /26/02 11 / 11 /02 11 / 19/02 

9.47e-007 11 / 26/02 11 /1 1/02 11 / 19/02 

0 .00 11 / 26/02 11 / 11/02 11 / 19/02 

4 .18e-007 11 / 26/02 11/11 /02 11 / 19/02 

0.00 11/26/02 11 / 11 /02 11 / 19/02 

9.47e-007 11 /26/02 11 / 11 /02 11 / 19/02 

0.00 11 /26/02 11/11 /02 11 / 19/02 

4. 18e-007 11 /26/02 11 / 11 /02 11/19/0 2 

Page 4 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Larry Diediker Group#: 20021636 
Project: 

Sample # Client ID 
W02~29 S444553 

W02F003429 5444553 

W02F003429 5444553 

W02F003430 S444581 

W02F003430 S444581 

W02F003430 5444581 

W02F003430 S44458 1 

W02F003431 S444535 

W02F003431 5444535 

W02F003431 S444535 

W02F003431 S444535 

W02F003432 S444587 

W02F003432 S444587 

W02F003432 S444587 

W02F003432 S444587 

W02F0034J3 S444541 

W02F003433 S44454 1 

W02F003433 S444541 

W02F003433 S444541 

W02F003434 S444533 

W02F003434 S444533 

W02F003434 S444533 

W02F003434 S444533 

W02F003435 S444542 

W02F003436 S444542 

W02F003435 S444542 

W02F003435 S444542 

NFM: Near Field Monitoring 

CASI 

12587-47-2 

E,T,C 

12587-47-2 

E.T,C 

12587-47-2 

E.T,C 

12587-47-2 

E.T,C 

12587-47-2 

E,T,C 

12687-47-2 

E,T.C 

12587-47-2 

E, T,C 

Test Performed 
Gros, Alpha Abs. Crng Error 

Gross Beta 

Gross Bela Absolute Cmg Error 

Gross Alpha 

Gross Alpha Abs. Cntg Error 

Gross Beta 

Gross Beta Absolute Cntg Error 

Gross Alpha 

Gross Alpha Abs. Cntg Error 

Gross Bet11 

Gross Beta Absolute Cntg Error 

Gross A1pha 

Gross Alpha Abs . Cntg Error 

Gross Beta 

Gross Beta Absolute Cntg Error 

Gross Alpha 

Gross Alpha Abs . Cntg Error 

Gross Beta 

Gross Beta Absolute Cntg Error 

Gross All)ha 

Gross Alpha Abs. Cntg Error 

Gross Beta 

Gross Beta Absolute Cntg Error 

Gross Alpha 

Gross Alpha Abs. Cntg Error 

Gross Beta 

Gross Beta Absolute Cntg Error 

MDL= Minimum Detection Limit 
RQ=Result Qualifier B. The 1nalyte was detected In the - •sociated method blank. 

E . Coml)OUnd concentration exceeded caijbration range. 

DF=Dilution Factor N • ldentlfic•tlon is based on e mass spectral library s•1rch. 

• • Indicates results that have NOT bNn validated; + - lndicatH more than six qualifier symbols 

Report W004fver. 4.10 
EjJluent and Environmental Monitoring (EEM) 

WSCF 
Matrix Method RQ Result Unit DF MDL 
FILTER 

FILTER 

FILTER 

FILTER 

FILTER 

FILTER 

FILTER 

FILTER 

ALTER 

FILTER 

FILTER 

ALTER 

FILTER 

FILTER 

FILTER 

FILTER 

FILTER 

FILTER 

FILTER 

FIL TEA 

ALTER 

FILTER 

FILTER 

FILTER 

FILTER 

FILTER 

ALTER 

LA-508--41 s 
lA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA· 508-415 

LA-508-415 

LA-508-415 

LA-508•415 

lA-508-415 

lA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

lA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

LA-508-415 

1.0BE-06 tiCi 

6. 73E-05 uCl 

3.46E-06 uCi 

-6.41E-08 uCi 

2.J.3E-07 uCi 

-2.26E-07 uCi 

2.41E-07 uCi 

4 ,09E-06 uCi 

1.00E-06 uO 

6.3BE-05 uCi 

3.37E-06 uO 

2.96E-06 uCi 

e.ssE-07 ua 

6.37E-05 uO 

3.37E-06 uCi 

3.97E-06 uCi 

9.88E-07 uCi 

6.51 E-05 uCi 

3.41 E-06 uCi 

4.47E-06 uCi 

1 .OSE-06 uCi 

5.88E-05 uCi 

3.24E-06 uCi 

2.83E-06 uCi 

8.37E-07 uCi 

6.45E-05 uO 

3. 39E·06 uCi 

0.00 

9.47e-007 

0.00 

4. 18e-007 

0.00 

9.47e-007 

0.00 

4. 180-007 

0 .00 

9.47e-007 

0 ,00 

4. 1811-007 

0 .00 

9.47e-007 

0 .00 

4, 1 Se-007 

0 .00 

9.47e-007 

0 .00 

4.1 Se-007 

0 .00 

9,47e-007 

0 ,00 

4 . 18e-007 

0.00 

9.47e-007 

0 .00 

D - Compound concentration reau4ted from • d~ution. 

J - Estimated value. Z - See Comments. 

U - The analyte was 1n1lvzed for but not detected. 

---- ···~tJA~l-"-~;J l ~ --r~1'n! · ~,~\ 
'· ;~ft\ ri u . · · --N1 1

1,~ l •· ·o··i,~u~t1,,:f . ' ·v~~--
_ _:::;;...-.-

Analyze Sample Receive 
11126/02 11/11/02 il/19/02 

11126/02 11/11102 11/19/02 

11/26/02 11/11/02 11/19/02 

11/26/02 11 /1 3/02 1 l/ 19/02 

11/26/02 11113102 11/19102 

11 /26102 11/13/02 11/19/02 

11/26/02 11/13102 11119/02 

11/26/02 11/11/02 11 / 19/02 

11/26/02 11111/02 11/19102 

11/26/02 11/11/02 11/19/02 

11/26/02 11/11/02 11/19/02 

11/26/02 11 /11 /02 11/19/02 

11/26/02 11/11/02 11/19/02 

11/26/02 11/11/02 11/19/02 

11/26/02 l 1/11/02 11/19/02 

11/26/02 11/11/02 11/19/02 

1 l /26/02 11/11 /02 11 / 19/02 

11/26/02 11/11/02 11/19/02 

11126/02 11/11/02 11 /19/02 

11/26/02 1 t/11102 11 /19/02 

11126/02 11 11 1/02 11/19/02 

11/26/02 11/11/02 11 / 19/02 

11/26/02 11/11/02 11 / 19/02 

11/26/02 11/11/02 11/19/02 

11/26/02 11/11/02 11/19102 

11/26/02 11/11/02 11 / 19/0 2 

11/26/02 11/11/02 11/19/02 

Page 5 



WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Larry Diediker 
Project: NFM: Near Field Monitoring 

WSCF 
Sample# Client ID CAS# Test Performed Matrix Method RQ Result Unit 
W02F003436 $~643 Gr.oss Alpm FILTER LA-5011-4115 2.2oe:05 uCl 

W02F003436 S444543 Gross Alph• Abs . Cntg Error ALTER LA-508-415 7.41E-07 uCi 

W02F003436 S444543 12587-47-2 Gross Beta ALTER LA-508-415 4. 39E-05 uCi 

W02F003436 5444543 E,T,C Gros• Beta Absolute Cntg Error ALTER LA-508-415 2.SOE-06 uCi 

W02F003437 S444523 Gross Alpha FILTER LA-508-415 2.83E-06 uCi 

W02F003437 S444523 Gross Alpha Abs . Cntg Error ALTER LA-508-415 8.37E-07 uCi 

W02F003437 S444523 12587-47-2 Gross Beta FILTER LA-508-415 6.27E-05 uCi 

W02F003437 S444523 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.34E-06 uCi 

W02F003438 S444604 Gron Alpha FILTER LA- 508-415 2.83E-06 uCi 

W02F003438 S444604 Gross Alpha Abs. Cntg Error FILTER LA-508-415 8 .37E-07 uCi 

W02F003438 S444604 12587-47-2 Gross Beta FILTER LA-508-415 5.97E-05 uCi 

W02F003438 S444604 E,T.C Gross Beta Absolute Cntg Error _FILTER LA-508-415 3 .26E-06 uCi 

W02F003439 S444540 Gross Alpha FILTER LA-508-415 3.97E-06 uCi 

W02F003439 S444540 Gross Alpha Abs . Cntg Erro, FILTER LA-508-415 9 .SBE-07 uCi 

W02F003439 S444540 12587-47-2 Gross Beta FILTER LA-508-415 5.45E-05 uCi 

W02F00343.9 S444540 E,T,C Gross Beta Absolute Cntg Error Fil TER LA-508-415 3 .12E-06 uCi 

W02F003440 S444594 Gross Alpha FILTER LA-508-415 4.47E-06 uCi 

W02F003440 S444594 Gross Alpha Abs . Cntg Erro, ALTER LA-508-415 1.05E.-06 uCi 

W02F003440 S444594 12587-47-2 Gross Beta FILTER LA-50B-415 6.04E-05 uCi 

W02F003440 S444594 E,T,C G,oss Beta Absoh.Jte Cntg Error FILTER LA-508-415 3.28E-06 uCi 

W02F003441 5444586 Gross Alpha FILTER LA-508-415 5.48E-06 uCi 

W02F003441 S444586 Gross Alpha Abs. Cntg Error FILTER LA-508-415 1.16E-06 uCi 

W02F003441 S444586 12587-47-2 Gross Beta FllTER LA-508-415 6.87E-05 uCi 

W02F003441 S444586 E, T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.S0E-06 uCi 

W02F003442 S444602 Gross Alpha FILTER LA-508-415 3.7IE-06 uCi 

W02F003442 S444602 Gross Afl)ha Abs . Cntg Error FILTER LA-508-415 9 .56E-07 uCi 

W02F003442 S444602 12587-47-2 Gross Beta ALTER LA-508-415 6. 10E-05 uCi 

MDL==Minimum Detection Limit 
RQ==Result Qualifier B • The analyte was detected in the associated method blank. 0 - Compound concentration resulled from • dllution. 

E - Compound concentration exceedad calibration range. J - Estimated value. Z - Sae Comments. 

DF=Dllution Factor N - Identification ia bued on a mus spectral lib,a,v search. 

• • Indicates results that have NOT been validated; + - Indicates more than six qualifillf symbols 

Report W004/ver. 4.10 
Effluent and Environmental Monitoring (EEM) 

Group#: 20021636 

DF MDL Analyu Sample Receive 
4 .18e-007 11/26'/02 h11Ho2 · n/19102 

0.00 11/26/02 11/11/02 11/19/02 

9.47e-007 11/26/02 11/11/02 11/19/02 

0 .00 11/26102 11/11/02 11/19/02 

4. lS.007 11/26/02 11/1 l/02 11/19/02 

0 .00 11/26102 11111102 11119/02 

9.47e-007 11/26/02 11/11102 11/19/02 

0 .00 11/26/02 11/11/02 11/19/02 

4.18e-007 11/26102 11/11/02 11/19/02 

0.00 11/26/02 11/11/02 11/19/02 

9.47e-007 11/26/02 11/11/02 11 /1 9/02 

0 .00 11/26/02 11/11/02 11/19/02 

4.18e-007 11126/02 11/11/02 11/19/02 

0 .00 11126/02 11/11102 11/19!02 

9.47e-007 11/26102 11 /1 1/02 11 / 19/02 

0 .00 11/26/02 11/11 /02 11/19,'02 

4. 18e-007 11/26/02 11/11/02 11/19/02 

0.00 11/26/02 11/11/02 11119/02 

9.47e-007 11126/02 11/11/02 11/19/02 

0.00 11/26/02 11/1 1/02 11/19/02 

4.1Be-007 11/26/02 11/11 /02 111 19102 

0.00 11/26/02 11/11 /02 11 /1 9i02 

9.47e-007 11/26/02 11/11102 11/19102 

0.00 11126/02 11/11/02 11 / 19102 

4. lBe-007 11/26102 11/11/02 11/19102 

0 .00 11/26/02 11/11/02 11/19•02 

9.47e-007 11/26102 11/11/02 11/19/02 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Larry Diediker Group#: 20021636 
Near Field Monitoring Project: NFM: 

WSCF 
Sample# Client ID CAS II Test Performed Matrix Method RQ Result Unit DF MDL Analyze Sample Receive 
W02F003442 S44460fi' e. r;c Gross Beta Absolute Cntg Effor ALTER LA-508-415 3.30E-06 uo 0.00 · . 11/26/02 11111i02 11i19l02 

W02F003443 S444564 Gross Alphe FILTER LA-508-415 2.33E-06 uCi 4. lBe-007 11/26/02 11/11/02 l l/19/02 

W02F003443 S444554 Gross Alpha Abs. Cntg Error Fil TER lA-508-416 7.61E-07 uCi 0.00 11/26/02 11/11/02 11/19/02 

W02F003443 S444564 12597-47-2 Gross Beta ALTER LA-508-415 5.79E-05 uCi 9.47a-007 11/26/02 11/11/02 11/19102 

W02F003443 S4445S4 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.21E-06 uCi 0 .00 11/26102 11/ll/02 11/19/02 

W02F003444 S444591 Gross Alpha FILTER LA-508-415 4.22E-06 uCi 4 .18e-007 11126/02 11/11/02 11/19102 

W02F003444 S444591 Gross Alph• Abs . Cntg Error FILTER LA-508-415 1.02E-06 uCi 0 .00 11126/02 11/11102 11119/02 

W02F003444 S444591 12587-47-2 Gross Beta FILTER LA-508-415 7.47E·05 uCi 9.47e-007 11/26/02 11/11/02 11/19/02 

W02F003444 S444591 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.65E-06 uCi 0 .00 11/26/02 11/11/02 11/19/02 

W02F003445 S444578 Gross Alpha FILTER LA-508-415 5.34E·06 uCi 4 . lBe-007 12/03/02 11/11/02 11/19/02 

W02F003445 S444578 Gross Alpha Abs. Cntg Error FILTER LA-508-415 1.13E-06 uCi 0 .00 12/03/02 11/11/02 11/19/02 

W02F003445 S444578 12587-47•2 Gross Bela FILTER LA-508-415 5.SOE-05 uCi 9.47e-007 12/03/02 11/11/02 11 /19.'02 

W02F003445 S444578 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.15E-06 uCi 0.00 12/03102 11/11/02 11 / 19102 

W02F003446 S444579 Gross Alpha FILTER LA-508-415 4.1 lE-06 uCi 4. 18e-007 12/03/02 11/11102 11 / 19102 

W02F003446 S444579 Gross Alpha Abs. Cntg Error FILTER LA•508-415 9.93E-07 uCi 0 .00 12/03102 11/11102 11119/02 

W02F003446 S444579 12587-47-2 Gross Beta FILTER LA-508-4I5 5.0lE-05 uCi 9.47e-007 12103/02 11 111/02 11119/02 

W02f003446 S444579 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.0lE-06 uCi 0.00 12/03/02 11/11102 11/19/02 

W02F003447 S444580 Gross Alpha FILTER LA-508-415 3.62E-06 uCi 4.18e-007 12/03/02 11/11/02 11119/02 

W02F003447 S444580 Gross Alpha Abs. Cntg Error FILTER LA-508-415 9.32E-07 uCi 0 .00 12/03/02 11 / 11/02 11/1 9102 

W02F003447 S444580 12587-47-2 Gross Beta FILTER LA-508-415 5.70E-05 uCi 9.47e-007 12103/02 11/11/02 11119102 

W02F003447 S444580 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.21E-06 uCi 0 .00 12103/02 11/11/02 11119/02 

W02F003448 S444590 Gross Alpha FILTER LA-508-415 4.11E-06 uCi 4.18e-007 12103/02 11/11/02 11/19/02 

W02F003448 S444590 Gross Alpha Abs. Cntg Error FILTER LA-508-415 9.93E-07 uO 0 .00 12103/02 11/11/02 11 / 19/02 

W02F003448 S444590 12587-47-2 Gross Beta ALTER LA-508-415 5 .SOE-05 uCi 9.47e-007 12/03102 11/11/02 11/19/02 

W02F003448 S444590 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.1BE-06 uCi 0.00 12/03/02 11/11/02 11/19/02 

W02F003449 S444596 Gross Alpha FILTER LA-508-415 1.77E-06 uCi 4.lBe-007 12/03/02 11/11/02 11/19/02 

W02F003449 S444596 Gross Alpha Abs. Cntg Error ALTER LA-508-415 6 .59E-07 uCi 0 .00 12/03/02 11/11102 11119102 

MDL=Minimum Detection Limit 
RQ=Result Qualifter B . The analvte was detected in the associated method blank. D - Compound conc1ntr1tion resulted from • dilution. 

E • Compound concentration exceeded c•h"bration range. J - Estimated value . Z - See Comments. 

DF=Dihrtion Factor N - Identification Is baaed on • mass spectral 1t1>rary search. U - The 11n11vte was analyzed for but not date<;ted. 

• - Indicates results that heve NOT been vefid1ted: + - Indicates more than six qualifier symbols 
--=-::-- .--,:.;;; '";: \ 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Larry Diediker Group#: 20021636 
Project: NFM: Near Field Monitoring 

WSCF 
Sample# Client ID CAS# Ts Performed Matrix Method RQ Result Unit DF MDL Analyze Sample Receive 
W02F003449 S444596 ti587-47-2 Gros.s Bet• FllTER LA-508-415 5.72E-05 uci 9.47e-007 12/03102 11i1 t/02· 11/19/02 

W02F003449 S444596 E,T,C Gross Bet• Absolute Cntg Error ALTER LA-508-415 3.22E·06 uCi 0 .00 12/03/02 11/11/02 11/19/02 

W02F003450 S444588 Gross Alpha ALTER LA-508-415 6.69E-06 uCi 4. 18e-007 12/03/02 11/11102 11/19/0 2 

W02F003450 S444588 Gross Alpha Abs. Cntg Error FILTER LA-508-415 1.26E-06 uCi 0 .00 12/03/02 11 /11102 11 119/02 

W02F003450 S444588 12587-47-2 Gross Beta FILTER LA-508-415 7, 10E-05 uCi 9.47e-007 12/03/02 11/11102 11/19/02 

W02F003450 5444588 E,T,C Gross Beta Absolute Cntg Error FlLTI:R LA-508-415 3 .58E-06 uCi 0 .00 12/03/02 11/11/02 11/1 9102 

W02F003451 S444584 Gross Alpha FILTER LA-508-415 3 .99E-06 uCi 4 .18e-007 12/03102 11/11/02 11/19/02 

W02F003451 S444584 Gross Alphe Abs. 01tg Error FILTER LA-508-415 9.78E-07 uCi 0.00 12/03102 11111/02 11119/02 

W02F003451 S444584 12587-47-2 Gross Beta FILTER LA-508-415 6 .45E-05 uCi 9.47e-007 12/03102 11111/02 11119/02 

W02F003451 S444584 E.T.C Gross Bete Absolute 01tg Error FILTER LA-508-415 3 .41E-06 uCi 0.00 12/03102 11/11102 11 / 19102 

W02F003452 S444544 Gross Alpt,a Fil TEA LA-508-415 5.46E-06 uCi 4 .18e-007 12103/02 11/11102 11/19102 

W02F003452 S444544 Gross Alpha Abs. Cntg Error Fil TEA LA-508-415 1. 14E-06 uCi 0 .00 12/03102 11111/02 11119/02 

W02F003452 S444544 12587-47-2 Gtoss Bl!ta FILTER LA-508-415 6. lSE-05 uCi 9.47e·007 12/03/02 11/11/02 11/19/02 

W02F003452 S444544 E,T.C Gross Beta Absolute Cntg ErTor FILTER LA-508-415 3.33E-06 uCi 0 .00 12/03102 11/11/02 11 / 19:02 

W02F003453 $444552 Gross Alpha FILTER LA-508-415 4.JSE-06 uCi 4 . lS.-007 12/03/02 11/11/02 11 / 19/02 

W02F003453 S444552 Gross Alpha Abs. Cntg Error FILTER LA,508•415 1.02E-06 uCi 0 .00 12103/02 11111/02 11/19/02 

W02F003453 S444552 12587-47-2 Gross Beta FILTER LA-508-415 6 .33E-05 uCi 9 .47e-007 12103/02 11/11/02 11 / 19/02 

W02F003453 5444552 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.38E-06 uCi 0.00 12103/02 11 / 11 /02 11/19102 

W02F003454 S444598 Gross Alphe FILTER LA-508-415 3.2SE-06 uCi 4. 18e-007 12/03/02 11/11/02 11 119,02 

W02F003454 S444598 Gross Alpha Abs. Cntg Error FILTER LA-508-415 8 .BSE-07 uCi 0 .00 12/03102 11/11/02 11 11 9 ,02 

W02F003454 S444598 12587-47-2 Gross Beta FILTER LA-508-415 5.58E-05 uCi 9 .47e-007 12103/02 11/11/02 11 / 19/02 

W02F003454 $444598 E,T,C Gross Eleta Absolute Cntg ErTor FILTER LA-508-415 3.18E-06 uCi 0 .00 12103/02 11 /11/02 11/ 19.'0 2 

W02F003455 $444566 Gross Alpha FILTER LA-508-415 3.86E·06 uCI 4. 1 lle-007 12103/02 11 /11 /02 11 / 19,02 

W02F003455 S444566 Gross Alpha Abs. Cntg Error FILTER LA-508-415 9 .63E-07 uCi 0.00 12/03102 11111/02 11/1 9102 

W02F003455 S444566 12587-47- 2 Gross Beta FILTER LA-508-415 6 .47E-05 uCI 9 .47e-007 12103/02 11111/02 11/ 19/02 

W02F003455 S444566 E,T,C Gross Beta Absohrta 01tg Error FILTER LA-508-415 3.42E-06 uCi 0 .00 12/03/02 11111/02 11 119/02 

W02F003456 S444585 Gross Alpha FILTER LA-508-415 3.49E-06 uCi 4.18e-007 12/03/02 11/11102 1 l/19i02 

MDL=Minimum Detection Limit 
RQ=Result Qualifier B . The analyta was detac:ted in the associated method blenk. 0 • Compound concentration resulted from • dilution, 

E • Compound concentration exceeded caNbration range. J • Estimated value. z - S•e Comments. 

DF=Dilution Factor N • Identification is based on a mus apectr•I h11r• ry search. U • The an1lyt11 wH analyzed for but not detected. 

• • Indicates results that have NOT been validated; + • Indicates more than six qu•~fier symbols 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Larry Diediker Group#: 20021636 
Project: NFM: Near Field Monitoring 

WSCF 
Sample II Client ID CAS# Test Performed Matrix Method RQ Result Unit DF MDL Analyze Sample Receive 
W02F0()3456 S444585 Gross All)l'i1 .Abe. C,,tg Error ALTER LA-508-415 9.17E-67 uCi o:oo .. i2/03I02 11/11/02 11,, 9102 

W02F003456 S444585 12587-47•2 Gross Beta ALTER LA- 508-415 5.79E-05 uCI 9.479•007 12/03/02 11111102 11/l9/02 

W02F003456 S444585 E,T. C Gross Bet• Absolute Cntg Error FILTER LA-508-415 3.24E-06 uO 0.00 12/03/02 11/11/02 11/19102 

W02F003457 S444600 Gross Afpr,a FILTER LA· 508-415 !S .09E-06 uCI 4. 18e-007 12/03/02 11/11/02 11/19102 

W02F003457 S444600 Gross Alpha Abs. Cntg Error FILTER LA- 508--415 1. lOE-06 uCI 0 .00 12/03/02 11/11/02 11/19102 

W02F003457 S444600 12587-47•2 Gross Beta FILTER LA- 508-415 6 .24E-05 uCi 9.47e-007 12103/02 11111/02 11/19102 

W02F003457 S444600 E.T, C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.36E-06 ua 0.00 12/03/02 11/11/02 11/19/02 

W02F003458 5444537 Gross Alpha FILTER LA- 508-415 5 .SBE-06 uCi 4 . 18e-007 12103/02 11/11/02 11/19/02 

W02F003468 S444537 Gross Alpha Abs. Cntg Error F1LTER LA-508-415 1.1 SE-06 uCi 0.00 12/03/02 11/1 l/02 11/19/02 

W02F003458 S444537 12587-47-2 Gross Beta FILTER LA-508-415 5.39E-05 uCi 9 .47e-007 12/03/02 11/11102 11/19102 

W02F003458 S444537 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3. 12E-06 uCi 0 .00 12103/02 11 / 11/02 11/19/02 

W02F003459 S444597 Gro55 Alpha FILTER LA- 508•415 2.76E-06 uCi 4.18e-007 12103/02 11111/02 11 / 19/02 

W02F003459 S444597 Gross Alpha Abs. Cntg Error ALTER LA- 508-415 B. 16E-07 uCi 0 .00 12103/02 11/11/02 11/19/02 

W02F003459 S444597 12587-47-2 Gross Beta Fil TER LA- 508-415 5.72E-05 uCi 9 .47e-007 12103/02 11111 /02 11119/02 

W02F003459 S444597 E.T.C Gross Beta Absolute Cntg Error FILTER LA· 508•415 3.21E-06 uCi 0 .00 12/03/02 11/11/02 11 119/02 

W02F003460 S444549 Gross Alpha FILTER LA- 508-415 2.51E-06 uCi 4.18e-007 12103/02 11/11/02 11119/02 

W02F003460 S444549 Gross Alpha Abs . Cn1g Error Fil TEA LA- 508-415 7.B0E-07 uCi 0 .00 12103/02 11111/02 11/19/02 

W02F003460 S444549 12587-47-2 Gross Beta FIL TEA LA- 508-415 5.54E-05 uCi 9 .47e-007 12/03/02 11111/02 11/19/02 

W02F003460 S444549 E,T,C Gross Beta Absolute Cntg Error FILTER LA- 508-415 3. 16E-06 uCi 0 .00 12/03102 11111/02 11 / 19/02 

W02F003461 S444528 Gross Alpha ALTER LA - 508-415 2.BBE-06 uCi 4.lBe-007 12103102 11/12/02 11/1910 2 

W02F003461 S444528 Gross Alpha Abs . Cntg Error FILTER LA- 508-415 8.34E-07 uCi 0 .00 12/03/02 11112,02 11 119102 

W02F00346 1 S444528 12587-47-2 Gross Beta FILTER LA- 508-415 3.15E-05 uCi 9.47e-007 12/03/02 11112/02 11119102 

W02F003461 S444528 E,T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 2.39E-06 uCi 0.00 12/03/02 11112/02 11/19102 

W02F003462 S444550 Gross Alpha FILTER LA-508-415 6 .07E-06 uCi 4 .18e-007 12/03/02 11111/02 11119/02 

W02F003462 S444550 Gross Alpha Abs. Cntg Error FILTER LA- 508-415 1.20E-06 uCi 0 .00 12/03/02 11 / 11102 11 / 19/02 

W02F003462 S444550 12587-47-2 Gross Beta Al TER LA- 508-415 5.94E-05 uCi 9.47e-007 12/03/02 11/11/02 11 / 19/02 

W02F003462 S444550 E.T,C Gross Beta Absolute Cntg Error FILTER LA-508-415 3.28E-06 uCi 0 .00 12103/02 l 1/11I02 11 / 19/02 

MDL=Minimum Detection Limit 
RQ=Result Qualifier B. The • natyte was detected in the auoclned method blank. 0 • Compound concentration resulted from a d~ution. 

E. Compound concentration exceeded car.bratiOn range. J - Estimated value . Z • SN Comments. 

DF = Dilution Factor N • ldentllicatlon is based on • mass sc,ectr•I library search. U • The analyte was analyzed for but not detected. 

• • lndlcatH results that have NOT been validated ; + • Indicates more thin six qualifier symbols 
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WSCF 
ANALYTICAL RESULTS REPORT 

Attention: Larry Diediker 
Project: NFM: Near Field Monitoring 

Sam pie # Client ID CAS# Test Performed 

MDL= Minimum Detection Limit 
RQ= Result Qualifier 8 - The analyte was detected In the u1ociated methOd blank. 

E - Compound concentration exceeded ca~br•tlon range . 

DF = Dilution Factor N - Identification Is based on a mass spectral library search. 

• • Indicates results that heve NOT been validated; + • Indicates more 11\ffl six qualifier symbols 

Report W004/ver. 4.10 
Effluent and Environmental Moniton·ng (EEM) 

WSCF 
Matrix Method RQ Result Unit 

O - Compound concentration resulted from I dUutlon. 

J - Estimated value. Z • See Comments. 

u - The 1n11yte w11 •Mlyied for but not detected. 

Group#: 20021636 

DF MDL Analy,:e Sample Receive 

Page JO 



WSCF 
ANALYTICAL COMMENT REPORT 

Attention: 
Project Number 

Sample # Client ID Lab Area 

Lab Areas: VALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

V ALTEST - Test Validation 
LOGTEST - Login for Tests 

This report may not be repr0duced, except in its entirety without the written approval of the WSCf l.lbor• torv. 

w04c/2 Report#: 20021636 Report D• te: 14-jen-2003 

Group#: 

Comment 

TESTDATA - Test Data Entry 

20021636 

Page 



Attention: 
Project Number 

Sample # Client ID 

WSCF 
TENTATIVELY IDENTIFIED PEAK REPORT 

Test Name Peak Name CASI 

B - The • na lyte was detected In the associated method bt• r.k . 

H - ldentilicetion is based on a mass spectral libr11ry search. 

J • Estimated valua. 

U • The • nalyte w• s analyzed for but not detected. 

Group#: 

RT RQ 

This report may not be reproduced , 11Xcept in its entirety without the written apl)l'Oval of the WSCF laboratory. :r· ~ ·. t. n~-,~~ft"t i: 
.of< a' ·,. /, ti! ;:u,fi~ -~ ~ I ' 

W04E v 3.0 Repoitl: 20021636 RepOft Date: 14-jan-2003 

i .- ~~.0-CUt iENJ_j 

20021636 

Result Units 

Page 



WSCF 
METHOD REFERENCES REPORT 

The results provided in this report were generated using the following WSCF Laboratory procedures. For your convenience, this table provides a listing of 
the regulatory or industry methods that are referenced by each of these WSCF procedures. Please note that the most recent version of the regulatory or 
industry method is listed here even though the WSCF procedure may reference an older version of the method. Also, a reference to a regulatory or industry 
method here does not necessarily indicate a verbatim implementation of that method. 

LA-508-415 LA-508-415: OPERATION OF TIIE 2-INCH PROTEAN ALPHA/BETA COUNTING SYSTEM FOR GROSS 
None No reference to any industry method. 

Note: A complete list of WSCF analytical procedures and referenced regulatory or industry methods is available online at 
http://apweb02/asponlinedocs/wscf/sample %20mgmt/ProcedureMethodCrossReference. pdf. This document includes on-line 
links to full-text versions of the procedures and methods, where available. 

Report Oate: 14-jan-2003 

Reportl: 20021636 

Report W04M/1 Page 



Group#: 20021636 
WSCFSample Site Cross-Reference Report 

603-00~ 
W~L'F0701 

Sample# 

Report sampsiterpt/var 0 

W02F003409 
. . . wo21=0034 1 o 

W02F003411 
· : .W()2F00341 2 

W02F003413 
· · · ·· ·, :wo2Foo3414 

W62i=oo341 s 
W02f003416 
W02F003417 
:wo.2Fooa41 s 
W02F003419 

· W02F003420 
W02F003421 
W02F003422 
W02F003423 

. W02F003424 
wo2i=oo342s 

. W02F003426 
· · wa2i=ao3421 

W02F003428 
W02F003429 

... · W02F003430 

wo2F003431 
W02F003432 
W02F003433 

. • W02F.003434 
·.· .. 

W02F003435 
·wo2FQ03436 
W02F003437 

• ·• W02F003438 
Wo2i=oo3439 

· · . =W02F003440 
W02F003441 
WO2F003442 
W02F003443 
W02F00·3444 
W02F003445 
W02F003446 
W02F003447 

. .W02F003448 
W02F003449 

· W02F003450 
W02F003451 
W02F003452 
W02F003453 

·Wo2i:003454 

Date Printed: 14-jan-2003 

Site Name Sample ID 

N972 S444592 
N968 S444589 
N973 S444593 
N985 S444601 
N478 S444551 
N403 S444538 
N401 S444536 
N404 S444539 
N981 S444599 
N200 S444534 
N457 S444545 
N16t S444531 
N994 S444603 
N975 S444595 
N165 S444532 
N15~ S444529 
N956 S444582 
N498 S444565 
N158 S444530 
N957 S444583 
N480 S444553 
N950 S444581 
N304 S444535 
N966 S444587 
N441 S444541 
N168 S444533 
N442 S444542 
N449 S444543 
N019 S444523 
N999 S444604 
N433 S444540 
N974 S444594 
N965 S444586 
N987 S444602 
N481 S444554 
N970 S444591 
N52B S444578 
N529 S444579 
N530 S444580 
N969 S444590 
N976 S444596 
N967 S444588 
N963 S444584 
N456 S444544 
N479 S444552 
N978 S444598 
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Sample# Site Name Sample ID 

W02F003455 N499 S444566 
' W()2l=003456 N964 S444585 

wo2i:003457 N984 S444600 
. VJ02F003458 N402 S444537 
W02F003459 N977 S444597 

•W02F003460 N476 S444549 
W02F003461 N130 S444528 
W02F003462 N477 S444550 
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