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The test results in this report meet all 2003 NELAC and 2009 TNI requirements for accredited
parameters, exceptions are noted in this report. This report may not be reproduced except in full,
and with written approval from the laboratory. For questions please contact the Project Manager
at the e-mail address or telephone number listed on this page.

This report has been electronically signed and authorized by the signatory. Electronic signature is
intended to be the legally binding equivalent of a traditionally handwritten signature.

Results relate only to the items tested and the sample(s) as received by the laboratory.
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Case Narrative
Client: CH2M Hill Plateau Remediation Company TestAmerica Job ID: 280-97923-1
Project/Site: FRC16-03 SDG: DN0147

Job ID: 280-97923-1

Laboratory: TestAmerica Denver

Narrative

CASE NARRATIVE

Client: CH2M Hill Plateau Remediation Company

Job Number: 280-97923-1

SDG #:  DN0147

SAF#(s):  FRC16-03

Date SDG Closed:  June 7, 2017
Data Deliverable:  30 Day / Summary

With exceptions noted as flags or footnotes, standard analytical protocols were followed in the analysis of the samples and no problems 

were encountered or anomalies observed.  All laboratory quality control samples analyzed in conjunction with the samples in this project 
were within established control limits, with any exceptions noted. Calculations are performed before rounding to avoid round-off errors in 
calculated results.

LCS/LCSD = Laboratory Control Sample/Laboratory Control Sample Duplicate

MS/MSD = Matrix Spike/Matrix Spike Duplicate

All holding times were met and proper preservation noted for the methods performed on these samples, unless otherwise detailed in the 
individual sections below.

For volatile organic and extractable analyses, the laboratory is not able to achieve project specified QC limits for several analytes.  Per 
CHPRC direction, data have been evaluated using laboratory statistical limits in lieu of project specified limits.  All analytes met laboratory 
statistical limits, unless otherwise detailed in the individual sections below.

RECEIPT

The samples were received on 6/6/2017 9:30 AM; the samples arrived in good condition, properly preserved and, where required, on ice.  
The temperatures of the 2 coolers at receipt time were 1.1º C and 1.1º C.

Receipt Exceptions

All VOA vials for sample B3B8B1 (280-97923-1) contained bubbles greater than 6mm in diameter. Please note, analytical results may be 
biased low due to headspace. As instructed by the client, the laboratory proceeded with analysis (SIR17-741).

None of the VOA vials had sample labels affixed directly to the vials for sample B3B8B1 (280-97923-1). It can be noted that a label with 

sample ID was affixed to the bubble bag that contained these VOA vials.  As instructed by the client, the laboratory proceeded with analysis 

(SIR17-741).

VOLATILE ORGANIC COMPOUNDS (GC-MS)
Samples B3B8B1 (280-97923-1), B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for volatile organic compounds 

(GC-MS) in accordance with EPA SW-846 Method 8260B. The samples were analyzed on 06/11/2017. 

No analytical or quality issues were noted.

SEMIVOLATILE ORGANIC COMPOUNDS (GC-MS)
Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for semivolatile organic compounds (GC-MS) in accordance 

with SW-846 8270D. The samples were prepared on 06/12/2017 and analyzed on 06/22/2017. 

No analytical or quality issues were noted.

TestAmerica Denver
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Case Narrative
Client: CH2M Hill Plateau Remediation Company TestAmerica Job ID: 280-97923-1
Project/Site: FRC16-03 SDG: DN0147

Job ID: 280-97923-1 (Continued)

Laboratory: TestAmerica Denver (Continued)

TOTAL METALS (ICP)

Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for Total Metals (ICP) in accordance with EPA SW-846 

Method 6010C. The samples were prepared on 06/12/2017 and analyzed on 06/12/2017 and 06/14/2017. 

The accuracy and precision of Calcium in the MS/MSD performed on sample B3B8B0 (280-97923-2) in prep batch 376763 could not be 
reliably calculated due to the sample concentration reading greater than four times the spike amount.  Control limits are not applicable 

and the MS/MSD results have been flagged “X”.

The MSD aliquot of the MS/MSD performed on sample B3B8B0 (280-97923-2) in prep batch 376763 exhibited percent recoveries outside 

the control limits for Potassium and Sodium, and associated sample results have been flagged “N”.  There is no indication that the 
analytical system was operating out of control, and method accuracy has been verified by the acceptable LCS analysis data; therefore, 

corrective action is deemed unnecessary.

No additional analytical or quality issues were noted.

TOTAL METALS (ICPMS)
Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for total metals (ICPMS) in accordance with SW846 6020A. 
The samples were prepared on 06/20/2017 and analyzed on 06/21/2017. 

The accuracy and precision of Chromium and Uranium in the MS/MSD performed on sample B3B8B0 (280-97923-2) in prep batch 
376764 could not be reliably calculated due to the sample concentration reading greater than four times the spike amount.  Control limits 
are not applicable and the MS/MSD results have been flagged “X”.

No additional analytical or quality issues were noted.

ALKALINITY
Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for Alkalinity in accordance with SM20 2320B. The samples 
were analyzed on 06/09/2017. 

Alkalinity as CaCO3 was detected in method blank MB 280-376805/31 at a level that was above the method detection limit (MDL) but 
below the reporting limit (RL).  The value should be considered an estimate, and has been flagged “B”.  Because the concentration in the 
method blank was not present at a level greater than the RL, corrective action is deemed unnecessary.  If the associated samples 
reported a result above the MDL and/or RL and the method blank concentration was greater than 5% of the sample concentration, the 

result has been flagged “C”.

No additional analytical or quality issues were noted.

TOTAL DISSOLVED SOLIDS
Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for total dissolved solids in accordance with SM20 2540C. 

The samples were analyzed on 06/09/2017. 

No analytical or quality issues were noted.

TOTAL SUSPENDED SOLIDS

Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for total suspended solids in accordance with SM20 2540D. 

The samples were analyzed on 06/08/2017. 

No analytical or quality issues were noted.

AMMONIA

Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for ammonia in accordance with EPA Method 350.1. The 
samples were analyzed on 06/28/2017. 

No analytical or quality issues were noted.

TestAmerica Denver
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Case Narrative
Client: CH2M Hill Plateau Remediation Company TestAmerica Job ID: 280-97923-1
Project/Site: FRC16-03 SDG: DN0147

Job ID: 280-97923-1 (Continued)

Laboratory: TestAmerica Denver (Continued)

NITRATE-NITRITE AS NITROGEN

Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for Nitrate-Nitrite as nitrogen in accordance with EPA Method 

353.2. The samples were analyzed on 06/23/2017. 

Due to high constituent concentration, samples B3B8B0 (280-97923-2)[5X] and B3B8B5 (280-97923-3)[5X] required dilution prior to 
analysis, and the associated results have been flagged “D”.  The reporting limits have been adjusted relative to the dilutions required.

Due to the high concentration of Nitrate-Nitrite as nitrogen, the MS/MSD performed on sample B3B8B0 (280-97923-2) in analytical batch 
378579 could not be evaluated for accuracy and precision.  The MS/MSD results were over the calibration range, and have been flagged 

"X".  The result for sample B3B8B0 (280-97923-2)  was within the calibration range, and the associated laboratory control sample (LCS) 
met acceptance criteria.

No additional analytical or quality issues were noted.

CHEMICAL OXYGEN DEMAND
Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for chemical oxygen demand in accordance with EPA Method 
410.4. The samples were analyzed on 06/22/2017. 

Due to matrix,  samples B3B8B0 (280-97923-2)[5X] and B3B8B5 (280-97923-3)[5X] required dilution prior to analysis, and the associated 

results have been flagged “D”.  The reporting limits have been adjusted relative to the dilutions required.

Chemical Oxygen Demand was detected in method blank MB 280-378355/36 at a level that was above the method detection limit (MDL) 
but below the reporting limit (RL).  The value should be considered an estimate, and has been flagged “B”.  Because the concentration in 
the method blank was not present at a level greater than half the RL, corrective action is deemed unnecessary.  If the associated samples 

reported a result above the MDL and/or RL and the method blank concentration was greater than 5% of the sample concentration, the 
result has been flagged “C”.

No additional analytical or quality issues were noted.

TOTAL ORGANIC HALIDES
Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for total organic halides in accordance with EPA SW846 
Method 9020B. The samples were analyzed on 06/21/2017 and 06/28/2017. 

Breakthrough exceeded 10% for the following samples:  B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3).  Reanalysis at a dilution or 
higher dilution to minimize the breakthrough was not performed in order to maintain the client required reporting limit (RL).

The following sample for method 9020B was originally analyzed in batch 378394; however, a difference in TOX results greater than 20% 

between the duplicate analyses was found:  B3B8B0 (280-97923-2). The difference may be related to matrix interference.  In order to 
minimize matrix interference, this sample was analyzed at a 2x dilution, along with an MS/MSD, and the associated results have been 

flagged "D".  The reporting limits have been adjusted accordingly. The dilutions were in the form of a lower initial volume; therefore, a 

dilution factor is not present. A dilution factor will be added to the EDD.

The MSD aliquot of the MS/MSD performed on sample B3B8B0 (280-97923-2) in analysis batch 379308 exhibited percent recoveries 
outside the control limits, and associated sample result has been flagged “N”. The acceptable LCS analysis data indicated that the 

analytical system was operating within control; therefore, corrective action is deemed unnecessary.

The accuracy and precision of TOX in the MS/MSD performed on sample B39JH0 (280-97843-1) [SDG DN0145] in analysis batch 378394 

could not be reliably calculated due to the sample concentration reading greater than four times the spike amount. Control limits are not 
applicable and the MS/MSD results have been flagged “X”.  The following sample in this SDG is impacted:  B3B8B5 (280-97923-3).

No additional analytical or quality issues were noted.

CORROSIVITY (PH)
Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for Corrosivity (pH) in accordance with EPA SW-846 9040C. 

The samples were analyzed on 06/27/2017. 

TestAmerica Denver
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Case Narrative
Client: CH2M Hill Plateau Remediation Company TestAmerica Job ID: 280-97923-1
Project/Site: FRC16-03 SDG: DN0147

Job ID: 280-97923-1 (Continued)

Laboratory: TestAmerica Denver (Continued)

No analytical or quality issues were noted.

SPECIFIC CONDUCTIVITY

Samples B3B8B0 (280-97923-2) and B3B8B5 (280-97923-3) were analyzed for specific conductivity in accordance with SW846 9050A. 
The samples were analyzed on 06/23/2017. 

No analytical or quality issues were noted.

We certify that this data package is in compliance with the SOW, both technically and for completeness, including a full description of, 

explanation of, and corrective actions for, any and all deviations, from either the analyses requested or the case narrative requested.  

Release of the data contained in this hard copy data package has been authorized by the Laboratory Analytical Manager or designee and 
the laboratory’s client services representative as verified by their signature on this report.

Reviewed and approved:

Darlene Bandy
Project Manager

TestAmerica Denver
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 SAMPLE ISSUE RESOLUTION SIR NUM SIR17-741 
 REV NUM 0 
 DATE INITIATED 6/7/2017 

SAMPLE EVENT INFORMATION 

 SAF NUM(S) FRC16-03 

 OPERABLE UNIT(S) 

 PROJECT(S) ERDF Leachate 

 SAMPLE EVENT TITLE(S) ERDF Leachate Sampling 

 LABORATORY TestAmerica Denver 

 SAMPLING INFORMATION 

 NUMBER OF SAMPLES 1 

 SAMPLE NUMBERS B3B8B1 

 SAMPLE MATRIX WATER 

 COLLECTION DATE  -  

 SDG NUM  DN0147 

 ISSUE BACKGROUND 

 CLASS Field Sampling Issue 

 TYPE Insufficient Sample Volume Collected 

 DESCRIPTION All VOA vials contain bubbles greater than 6mm in diameter.  Please note that analytical results may be  
 biased low due to headspace.  In addition, none of the VOA vials had sample labels affixed directly to the  
 vials.  It can be noted that a label with sample ID was affixed to the bubble bag that contained the VOA  

 DISPOSITION 

 DESCRIPTION TADN PROPOSES TO proceed with analysis, or cancel analysis. 

 JUSTIFICATION Final Disposition: Accept proposed resolution to analyze and note in the narative. 
  
 SUBMITTED BY:  Darlene Bandy  DATE:  06/07/2017 
 ACCEPTED BY:  Heather Medley  DATE:  06/07/2017 

 PAGE 1 of 1 A-6003-640 (REV 2) 
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Login Sample Receipt Checklist

Client: CH2M Hill Plateau Remediation Company Job Number: 280-97923-1

SDG Number: DN0147

Login Number: 97923

Question Answer Comment

Creator: Pottruff, Reed W

List Source: TestAmerica Denver

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 
meter.

TrueThe cooler's custody seal, if present, is intact.

TrueSample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 
tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded. 1.1°C, 1.1°C

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

TrueIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time (excluding tests with immediate 
HTs)

FalseSample containers have legible labels. Refer to Job Narrative for details.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

TrueSample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 
MS/MSDs

FalseContainers requiring zero headspace have no headspace or bubble is 
<6mm (1/4").

Refer to Job Narrative for details.

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.

TestAmerica Denver
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Definitions/Glossary
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Qualifiers

GC/MS VOA

Qualifier Description

U Analyzed for but not detected.

Qualifier

GC/MS VOA TICs

Qualifier Description

J Indicates an Estimated Value for TICs

Qualifier

N Presumptive evidence of material.

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

GC/MS Semi VOA

Qualifier Description

U Analyzed for but not detected.

Qualifier

GC/MS Semi VOA TICs

Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Qualifier

J Indicates an Estimated Value for TICs

N Presumptive evidence of material.

Metals

Qualifier Description

N Recovery exceeds upper or lower control limits

Qualifier

U Analyzed for but not detected.

B Estimated result. Result is less than the RL, but greater than MDL

X See case narrative notes for explanation of the 'X' flag

General Chemistry

Qualifier Description

X See case narrative notes for explanation of the 'X' flag

Qualifier

B Estimated result. Result is less than the RL, but greater than MDL

C The analyte was detected in both the sample and the associated QC blank, and the sample concentration was </= 5X the blank 

concentration.
D The reported value is from a dilution.

D Sample results are obtained from a dilution; the surrogate or matrix spike recoveries reported are calculated from diluted samples.

U Analyzed for but not detected.

N MS, MSD: Spike recovery  is outside acceptance limits.

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains No Free Liquid

DER Duplicate Error Ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL Detection Limit (DoD/DOE)

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision Level Concentration (Radiochemistry)

EDL Estimated Detection Limit (Dioxin)

LOD Limit of Detection (DoD/DOE)

LOQ Limit of Quantitation (DoD/DOE)

MDA Minimum Detectable Activity (Radiochemistry)

MDC Minimum Detectable Concentration (Radiochemistry)

MDL Method Detection Limit

TestAmerica Denver
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Definitions/Glossary
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Glossary (Continued)

These commonly used abbreviations may or may not be present in this report.

ML Minimum Level (Dioxin)

Abbreviation

NC Not Calculated

ND Not Detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative Error Ratio (Radiochemistry)

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TestAmerica Denver
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Method Summary
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method Method Description LaboratoryProtocol

SW8468260B Volatile Organic Compounds (GC/MS) TAL DEN

SW8468270D Semivolatile Organic Compounds (GC/MS) TAL DEN

SW8466010C Metals (ICP) TAL DEN

SW8466020A Metals (ICP/MS) TAL DEN

MCAWW350.1 Nitrogen, Ammonia TAL DEN

MCAWW353.2 Nitrogen, Nitrate-Nitrite TAL DEN

MCAWW410.4 COD TAL DEN

SW8469020B Organic Halides, Total (TOX) TAL DEN

SW8469040C pH TAL DEN

SW8469050A Specific Conductance TAL DEN

SMSM 2320B Alkalinity TAL DEN

SMSM 2540C Solids, Total Dissolved (TDS) TAL DEN

SMSM 2540D Solids, Total Suspended (TSS) TAL DEN

Protocol References:

MCAWW = "Methods For Chemical Analysis Of Water And Wastes", EPA-600/4-79-020, March 1983 And Subsequent Revisions.

SM = "Standard Methods For The Examination Of Water And Wastewater",

SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.

Laboratory References:

TAL DEN = TestAmerica Denver, 4955 Yarrow Street, Arvada, CO 80002, TEL (303)736-0100

TestAmerica Denver

Page 18 of 39 7/7/2017

1

2

3

4

5

6

7

8

9

10

11

July 7, 2017

18 of 39



Sample Summary
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

280-97923-1 B3B8B1 Water 06/05/17 06:30 06/06/17 09:30

280-97923-2 B3B8B0 Water 06/05/17 07:50 06/06/17 09:30

280-97923-3 B3B8B5 Water 06/05/17 07:50 06/06/17 09:30

TestAmerica Denver
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Client Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 8260B - Volatile Organic Compounds (GC/MS)

Lab Sample ID: 280-97923-1Client Sample ID: B3B8B1
Matrix: WaterDate Collected: 06/05/17 06:30

Date Received: 06/06/17 09:30
RL MDL

Carbon tetrachloride 0.19 U 1.0 0.19 ug/L 06/11/17 18:10 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 0.16 ug/L 06/11/17 18:10 1Trichloroethene 0.16 U

Unknown 2.2 N ug/L 5.30 06/11/17 18:10 1

Tentatively Identified Compound Dil FacAnalyzedPreparedUnit DQualifierEst. Result CAS No.RT

106/11/17 18:10N JChloroform 67-66-34.6 ug/L 5.72

106/11/17 18:10N JCyclotrisiloxane, hexamethyl- 541-05-93.1 ug/L 9.55

106/11/17 18:10N JCyclotetrasiloxane, octamethyl- 556-67-24.8 ug/L 13.05

106/11/17 18:10NUnknown 1.4 ug/L 15.02

1,2-Dichloroethane-d4 (Surr) 87 70 - 130 06/11/17 18:10 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 100 06/11/17 18:10 170 - 130

Dibromofluoromethane (Surr) 97 06/11/17 18:10 170 - 130

Toluene-d8 (Surr) 94 06/11/17 18:10 170 - 130

Lab Sample ID: 280-97923-2Client Sample ID: B3B8B0
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

Carbon tetrachloride 0.19 U 1.0 0.19 ug/L 06/11/17 18:32 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 0.16 ug/L 06/11/17 18:32 1Trichloroethene 0.16 U

Chloromethane 0.52 J ug/L 2.31 74-87-3 06/11/17 18:32 1

Tentatively Identified Compound Dil FacAnalyzedPreparedUnit DQualifierEst. Result CAS No.RT

106/11/17 18:32NUnknown 2.7 ug/L 5.29

106/11/17 18:32N JCyclotrisiloxane, hexamethyl- 541-05-93.6 ug/L 9.54

106/11/17 18:32N JCyclotetrasiloxane, octamethyl- 556-67-25.4 ug/L 13.04

106/11/17 18:32NUnknown 1.6 ug/L 15.03

1,2-Dichloroethane-d4 (Surr) 93 70 - 130 06/11/17 18:32 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 109 06/11/17 18:32 170 - 130

Dibromofluoromethane (Surr) 108 06/11/17 18:32 170 - 130

Toluene-d8 (Surr) 106 06/11/17 18:32 170 - 130

Lab Sample ID: 280-97923-3Client Sample ID: B3B8B5
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

Carbon tetrachloride 0.19 U 1.0 0.19 ug/L 06/11/17 19:37 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 0.16 ug/L 06/11/17 19:37 1Trichloroethene 0.16 U

Unknown 3.0 N ug/L 5.30 06/11/17 19:37 1

Tentatively Identified Compound Dil FacAnalyzedPreparedUnit DQualifierEst. Result CAS No.RT

106/11/17 19:37N JCyclotrisiloxane, hexamethyl- 541-05-92.3 ug/L 9.53

106/11/17 19:37N JCyclotetrasiloxane, octamethyl- 556-67-23.0 ug/L 13.05

1,2-Dichloroethane-d4 (Surr) 92 70 - 130 06/11/17 19:37 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

4-Bromofluorobenzene (Surr) 105 06/11/17 19:37 170 - 130
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Client Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 8260B - Volatile Organic Compounds (GC/MS) (Continued)

Lab Sample ID: 280-97923-3Client Sample ID: B3B8B5
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30

Dibromofluoromethane (Surr) 105 70 - 130 06/11/17 19:37 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Toluene-d8 (Surr) 98 06/11/17 19:37 170 - 130

Method: 8270D - Semivolatile Organic Compounds (GC/MS)

Lab Sample ID: 280-97923-2Client Sample ID: B3B8B0
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

1,2-Diphenylhydrazine 0.23 U 10 0.23 ug/L 06/12/17 10:35 06/22/17 21:23 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Unknown 100 N ug/L 2.01 06/12/17 10:35 06/22/17 21:23 1

Tentatively Identified Compound Dil FacAnalyzedPreparedUnit DQualifierEst. Result CAS No.RT

106/22/17 21:2306/12/17 10:35NUnknown 27 ug/L 3.23

106/22/17 21:2306/12/17 10:35NUnknown 4.2 ug/L 4.13

106/22/17 21:2306/12/17 10:35NUnknown 7.8 ug/L 4.44

106/22/17 21:2306/12/17 10:35JDimethyl phthalate 131-11-30.21 ug/L 7.34

106/22/17 21:2306/12/17 10:35JBis(2-ethylhexyl) phthalate 117-81-71.1 ug/L 13.40

106/22/17 21:2306/12/17 10:35NUnknown 11 ug/L 15.38

106/22/17 21:2306/12/17 10:35NUnknown 4.7 ug/L 15.96

106/22/17 21:2306/12/17 10:35N JEicosane 112-95-85.4 ug/L 17.00

106/22/17 21:2306/12/17 10:35N JEicosane 112-95-85.0 ug/L 18.09

106/22/17 21:2306/12/17 10:35NUnknown 6.4 ug/L 19.20

106/22/17 21:2306/12/17 10:35N JEicosane 112-95-84.7 ug/L 20.30

106/22/17 21:2306/12/17 10:35N JEicosane 112-95-84.3 ug/L 21.40

2-Fluorobiphenyl  (Surr) 71 48 - 130 06/12/17 10:35 06/22/17 21:23 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorophenol (Surr) 69 06/12/17 10:35 06/22/17 21:23 141 - 130

2,4,6-Tribromophenol (Surr) 85 06/12/17 10:35 06/22/17 21:23 142 - 130

Nitrobenzene-d5 (Surr) 69 06/12/17 10:35 06/22/17 21:23 142 - 130

Phenol-d5 (Surr) 75 06/12/17 10:35 06/22/17 21:23 145 - 130

Terphenyl-d14 (Surr) 44 06/12/17 10:35 06/22/17 21:23 120 - 130

Lab Sample ID: 280-97923-3Client Sample ID: B3B8B5
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

1,2-Diphenylhydrazine 0.23 U 10 0.23 ug/L 06/12/17 10:35 06/22/17 22:48 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Unknown 94 N ug/L 2.00 06/12/17 10:35 06/22/17 22:48 1

Tentatively Identified Compound Dil FacAnalyzedPreparedUnit DQualifierEst. Result CAS No.RT

106/22/17 22:4806/12/17 10:35NUnknown 24 ug/L 3.23

106/22/17 22:4806/12/17 10:35NUnknown 4.8 ug/L 4.44

2-Fluorobiphenyl  (Surr) 63 48 - 130 06/12/17 10:35 06/22/17 22:48 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

2-Fluorophenol (Surr) 57 06/12/17 10:35 06/22/17 22:48 141 - 130

2,4,6-Tribromophenol (Surr) 88 06/12/17 10:35 06/22/17 22:48 142 - 130

Nitrobenzene-d5 (Surr) 56 06/12/17 10:35 06/22/17 22:48 142 - 130
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Client Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Lab Sample ID: 280-97923-3Client Sample ID: B3B8B5
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30

Phenol-d5 (Surr) 63 45 - 130 06/12/17 10:35 06/22/17 22:48 1

Surrogate Dil FacAnalyzedPreparedQualifier Limits%Recovery

Terphenyl-d14 (Surr) 78 06/12/17 10:35 06/22/17 22:48 120 - 130

Method: 6010C - Metals (ICP)

Lab Sample ID: 280-97923-2Client Sample ID: B3B8B0
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

Calcium 258000 200 34.5 ug/L 06/12/17 07:02 06/12/17 23:41 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3000 237 ug/L 06/12/17 07:02 06/12/17 23:41 1Potassium 18200 N

1000 117 ug/L 06/12/17 07:02 06/14/17 01:40 1Sodium 169000 N

500 34.7 ug/L 06/12/17 07:02 06/14/17 01:40 1Silicon 19900

Lab Sample ID: 280-97923-3Client Sample ID: B3B8B5
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

Calcium 256000 200 34.5 ug/L 06/12/17 07:02 06/12/17 23:56 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

3000 237 ug/L 06/12/17 07:02 06/12/17 23:56 1Potassium 18700 N

1000 117 ug/L 06/12/17 07:02 06/14/17 01:55 1Sodium 178000 N

500 34.7 ug/L 06/12/17 07:02 06/14/17 01:55 1Silicon 20700

Method: 6020A - Metals (ICP/MS)

Lab Sample ID: 280-97923-2Client Sample ID: B3B8B0
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

Arsenic 5.2 5.0 0.33 ug/L 06/20/17 13:45 06/21/17 06:49 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 0.29 ug/L 06/20/17 13:45 06/21/17 06:49 1Barium 66.2

1.0 0.080 ug/L 06/20/17 13:45 06/21/17 06:49 1Beryllium 0.080 U

2.0 0.50 ug/L 06/20/17 13:45 06/21/17 06:49 1Chromium 204

1.0 0.18 ug/L 06/20/17 13:45 06/21/17 06:49 1Lead 0.18 U

5.0 0.70 ug/L 06/20/17 13:45 06/21/17 06:49 1Selenium 1.7 B

1.0 0.050 ug/L 06/20/17 13:45 06/21/17 06:49 1Thallium 0.052 B

10.0 0.77 ug/L 06/20/17 13:45 06/21/17 06:49 1Tin 0.77 U

5.0 0.20 ug/L 06/20/17 13:45 06/21/17 06:49 1Tungsten 0.32 B

1.0 0.050 ug/L 06/20/17 13:45 06/21/17 06:49 1Uranium 542

5.0 0.50 ug/L 06/20/17 13:45 06/21/17 06:49 1Vanadium 16.3

10.0 2.0 ug/L 06/20/17 13:45 06/21/17 06:49 1Zinc 2.0 U

Lab Sample ID: 280-97923-3Client Sample ID: B3B8B5
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

Arsenic 5.0 5.0 0.33 ug/L 06/20/17 13:45 06/21/17 07:08 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

1.0 0.29 ug/L 06/20/17 13:45 06/21/17 07:08 1Barium 65.2

1.0 0.080 ug/L 06/20/17 13:45 06/21/17 07:08 1Beryllium 0.10 B

2.0 0.50 ug/L 06/20/17 13:45 06/21/17 07:08 1Chromium 201

TestAmerica Denver

Page 22 of 39 7/7/2017

1

2

3

4

5

6

7

8

9

10

11

July 7, 2017

22 of 39



Client Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 6020A - Metals (ICP/MS) (Continued)

Lab Sample ID: 280-97923-3Client Sample ID: B3B8B5
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

Lead 0.18 U 1.0 0.18 ug/L 06/20/17 13:45 06/21/17 07:08 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

5.0 0.70 ug/L 06/20/17 13:45 06/21/17 07:08 1Selenium 1.9 B

1.0 0.050 ug/L 06/20/17 13:45 06/21/17 07:08 1Thallium 0.072 B

10.0 0.77 ug/L 06/20/17 13:45 06/21/17 07:08 1Tin 0.77 U

5.0 0.20 ug/L 06/20/17 13:45 06/21/17 07:08 1Tungsten 0.39 B

1.0 0.050 ug/L 06/20/17 13:45 06/21/17 07:08 1Uranium 526

5.0 0.50 ug/L 06/20/17 13:45 06/21/17 07:08 1Vanadium 15.0

10.0 2.0 ug/L 06/20/17 13:45 06/21/17 07:08 1Zinc 2.0 U

General Chemistry

Lab Sample ID: 280-97923-2Client Sample ID: B3B8B0
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

Ammonia as N 22.0 U 100 22.0 ug/L 06/28/17 17:45 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

500 95.0 ug/L 06/23/17 15:42 5Nitrate Nitrite as N 36300 D

40000 8120 ug/L 06/22/17 15:18 2Chemical Oxygen Demand 41500 D C

60.0 15.4 ug/L 06/28/17 10:32 1Total Organic Halogens - Dup 49.6 B N D

0.100 0.100 SU 06/27/17 13:52 1pH 8.11

2.00 2.00 umhos/cm 06/23/17 23:00 1Specific Conductance 1680

5000 1070 ug/L 06/09/17 19:34 1Alkalinity as CaCO3 252000

10000 4700 ug/L 06/09/17 08:23 1Total Dissolved Solids 1520000

4000 1100 ug/L 06/08/17 19:49 1Total Suspended Solids 1600 B

Lab Sample ID: 280-97923-3Client Sample ID: B3B8B5
Matrix: WaterDate Collected: 06/05/17 07:50

Date Received: 06/06/17 09:30
RL MDL

Ammonia as N 22.0 U 100 22.0 ug/L 06/28/17 17:51 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

500 95.0 ug/L 06/23/17 17:56 5Nitrate Nitrite as N 37000 D

40000 8120 ug/L 06/22/17 15:18 2Chemical Oxygen Demand 45000 D C

30.0 7.7 ug/L 06/21/17 11:07 1Total Organic Halogens - Dup 56.4

0.100 0.100 SU 06/27/17 14:02 1pH 8.12

2.00 2.00 umhos/cm 06/23/17 23:00 1Specific Conductance 1640

5000 1070 ug/L 06/09/17 19:46 1Alkalinity as CaCO3 270000

10000 4700 ug/L 06/09/17 08:23 1Total Dissolved Solids 1510000

4000 1100 ug/L 06/08/17 19:49 1Total Suspended Solids 1100 U
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 8260B - Volatile Organic Compounds (GC/MS)

Client Sample ID: Method BlankLab Sample ID: MB 280-376825/6
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376825

RL MDL

Carbon tetrachloride 0.19 U 1.0 0.19 ug/L 06/11/17 11:17 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

0.16 U 0.161.0 ug/L 06/11/17 11:17 1Trichloroethene

Methylene Chloride 1.63 J ug/L 3.95 75-09-2 06/11/17 11:17 1

MB MB

Tentatively Identified Compound Dil FacPrepared AnalyzedDUnitQualifierEst. Result RT CAS No.

5.27N 06/11/17 11:17 12.26 ug/LUnknown

9.54N J 06/11/17 11:17 16.78 ug/L 541-05-9Cyclotrisiloxane, hexamethyl-

13.04N J 06/11/17 11:17 1119 ug/L 556-67-2Cyclotetrasiloxane, octamethyl-

15.01N 06/11/17 11:17 155.5 ug/LUnknown

1,2-Dichloroethane-d4 (Surr) 93 70 - 130 06/11/17 11:17 1

MB MB

Surrogate Dil FacPrepared AnalyzedQualifier Limits%Recovery

104 06/11/17 11:17 14-Bromofluorobenzene (Surr) 70 - 130

104 06/11/17 11:17 1Dibromofluoromethane (Surr) 70 - 130

99 06/11/17 11:17 1Toluene-d8 (Surr) 70 - 130

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-376825/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376825

Carbon tetrachloride 5.00 4.42 ug/L 88 65 - 135

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Trichloroethene 5.00 4.51 ug/L 90 65 - 135

1,2-Dichloroethane-d4 (Surr) 70 - 130

Surrogate

94

LCS LCS

Qualifier Limits%Recovery

974-Bromofluorobenzene (Surr) 70 - 130

103Dibromofluoromethane (Surr) 70 - 130

105Toluene-d8 (Surr) 70 - 130

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376825

Carbon tetrachloride 0.19 U 5.00 4.16 ug/L 83 65 - 135

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Trichloroethene 0.16 U 5.00 4.26 ug/L 85 65 - 135

1,2-Dichloroethane-d4 (Surr) 70 - 130

Surrogate

91

MS MS

Qualifier Limits%Recovery

974-Bromofluorobenzene (Surr) 70 - 130

100Dibromofluoromethane (Surr) 70 - 130

102Toluene-d8 (Surr) 70 - 130

TestAmerica Denver

Page 24 of 39 7/7/2017

1

2

3

4

5

6

7

8

9

10

11

July 7, 2017

24 of 39



QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 8260B - Volatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376825

Carbon tetrachloride 0.19 U 5.00 4.23 ug/L 85 65 - 135 2 21

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Trichloroethene 0.16 U 5.00 4.34 ug/L 87 65 - 135 2 20

1,2-Dichloroethane-d4 (Surr) 70 - 130

Surrogate

94

MSD MSD

Qualifier Limits%Recovery

1004-Bromofluorobenzene (Surr) 70 - 130

103Dibromofluoromethane (Surr) 70 - 130

107Toluene-d8 (Surr) 70 - 130

Method: 8270D - Semivolatile Organic Compounds (GC/MS)

Client Sample ID: Method BlankLab Sample ID: MB 280-376891/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378407 Prep Batch: 376891

RL MDL

1,2-Diphenylhydrazine 0.23 U 10 0.23 ug/L 06/12/17 10:35 06/22/17 18:32 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Tentatively Identified Compound None ug/L 06/12/17 10:35 06/22/17 18:32 1

MB MB

Tentatively Identified Compound Dil FacPrepared AnalyzedDUnitQualifierEst. Result RT CAS No.

2-Fluorobiphenyl  (Surr) 76 48 - 130 06/22/17 18:32 1

MB MB

Surrogate

06/12/17 10:35

Dil FacPrepared AnalyzedQualifier Limits%Recovery

80 06/12/17 10:35 06/22/17 18:32 12-Fluorophenol (Surr) 41 - 130

79 06/12/17 10:35 06/22/17 18:32 12,4,6-Tribromophenol (Surr) 42 - 130

81 06/12/17 10:35 06/22/17 18:32 1Nitrobenzene-d5 (Surr) 42 - 130

85 06/12/17 10:35 06/22/17 18:32 1Phenol-d5 (Surr) 45 - 130

92 06/12/17 10:35 06/22/17 18:32 1Terphenyl-d14 (Surr) 20 - 130

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-376891/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378407 Prep Batch: 376891

1,2-Diphenylhydrazine 80.9 64.2 ug/L 79 55 - 130

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

2-Fluorobiphenyl  (Surr) 48 - 130

Surrogate

80

LCS LCS

Qualifier Limits%Recovery

812-Fluorophenol (Surr) 41 - 130

872,4,6-Tribromophenol (Surr) 42 - 130

81Nitrobenzene-d5 (Surr) 42 - 130

83Phenol-d5 (Surr) 45 - 130

86Terphenyl-d14 (Surr) 20 - 130
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 8270D - Semivolatile Organic Compounds (GC/MS) (Continued)

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378407 Prep Batch: 376891

1,2-Diphenylhydrazine 0.23 U 80.1 63.1 ug/L 79 55 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

2-Fluorobiphenyl  (Surr) 48 - 130

Surrogate

72

MS MS

Qualifier Limits%Recovery

652-Fluorophenol (Surr) 41 - 130

912,4,6-Tribromophenol (Surr) 42 - 130

66Nitrobenzene-d5 (Surr) 42 - 130

70Phenol-d5 (Surr) 45 - 130

82Terphenyl-d14 (Surr) 20 - 130

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378407 Prep Batch: 376891

1,2-Diphenylhydrazine 0.23 U 83.0 63.0 ug/L 76 55 - 120 0 30

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

2-Fluorobiphenyl  (Surr) 48 - 130

Surrogate

69

MSD MSD

Qualifier Limits%Recovery

632-Fluorophenol (Surr) 41 - 130

872,4,6-Tribromophenol (Surr) 42 - 130

66Nitrobenzene-d5 (Surr) 42 - 130

65Phenol-d5 (Surr) 45 - 130

72Terphenyl-d14 (Surr) 20 - 130

Method: 6010C - Metals (ICP)

Client Sample ID: Method BlankLab Sample ID: MB 280-376763/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 377047 Prep Batch: 376763

RL MDL

Calcium 34.5 U 200 34.5 ug/L 06/12/17 07:02 06/12/17 23:35 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

237 U 2373000 ug/L 06/12/17 07:02 06/12/17 23:35 1Potassium

Client Sample ID: Method BlankLab Sample ID: MB 280-376763/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 377237 Prep Batch: 376763

RL MDL

Sodium 117 U 1000 117 ug/L 06/12/17 07:02 06/14/17 01:34 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

34.7 U 34.7500 ug/L 06/12/17 07:02 06/14/17 01:34 1Silicon
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 6010C - Metals (ICP) (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-376763/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 377047 Prep Batch: 376763

Calcium 50000 56350 ug/L 113 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Potassium 50000 57960 ug/L 116 80 - 120

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-376763/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 377237 Prep Batch: 376763

Sodium 50000 54110 ug/L 108 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Silicon 10000 10300 ug/L 103 80 - 120

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 377047 Prep Batch: 376763

Calcium 258000 50000 318100 X ug/L 120 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Potassium 18200 N 50000 79870 ug/L 123 75 - 125

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 377237 Prep Batch: 376763

Sodium 169000 N 50000 225000 ug/L 112 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Silicon 19900 10000 30260 ug/L 103 75 - 125

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 377047 Prep Batch: 376763

Calcium 258000 50000 338700 X ug/L 161 75 - 125 6 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Potassium 18200 N 50000 83040 N ug/L 130 75 - 125 4 20

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 377237 Prep Batch: 376763

Sodium 169000 N 50000 239900 N ug/L 141 75 - 125 6 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Silicon 19900 10000 31870 ug/L 119 75 - 125 5 20
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 6020A - Metals (ICP/MS)

Client Sample ID: Method BlankLab Sample ID: MB 280-376764/1-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378195 Prep Batch: 376764

RL MDL

Arsenic 0.33 U 5.0 0.33 ug/L 06/20/17 13:45 06/21/17 06:42 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

0.29 U 0.291.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Barium

0.080 U 0.0801.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Beryllium

0.50 U 0.502.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Chromium

0.18 U 0.181.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Lead

0.70 U 0.705.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Selenium

0.050 U 0.0501.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Thallium

0.77 U 0.7710.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Tin

0.20 U 0.205.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Tungsten

0.050 U 0.0501.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Uranium

0.50 U 0.505.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Vanadium

2.0 U 2.010.0 ug/L 06/20/17 13:45 06/21/17 06:42 1Zinc

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-376764/2-A
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378195 Prep Batch: 376764

Arsenic 40.0 38.10 ug/L 95 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Barium 40.0 42.63 ug/L 107 80 - 120

Beryllium 40.0 40.86 ug/L 102 80 - 120

Chromium 40.0 40.72 ug/L 102 80 - 120

Lead 40.0 41.10 ug/L 103 80 - 120

Selenium 40.0 39.56 ug/L 99 80 - 120

Thallium 40.0 40.32 ug/L 101 80 - 120

Tin 40.0 38.73 ug/L 97 80 - 120

Tungsten 40.0 37.18 ug/L 93 80 - 120

Uranium 40.0 40.53 ug/L 101 80 - 120

Vanadium 40.0 42.46 ug/L 106 80 - 120

Zinc 40.0 40.30 ug/L 101 80 - 120

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378195 Prep Batch: 376764

Arsenic 5.2 40.0 43.71 ug/L 96 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Barium 66.2 40.0 106.5 ug/L 101 75 - 125

Beryllium 0.080 U 40.0 40.17 ug/L 100 75 - 125

Chromium 204 40.0 249.7 X ug/L 113 75 - 125

Lead 0.18 U 40.0 39.21 ug/L 98 75 - 125

Selenium 1.7 B 40.0 42.01 ug/L 101 75 - 125

Thallium 0.052 B 40.0 38.90 ug/L 97 75 - 125

Tin 0.77 U 40.0 38.71 ug/L 97 75 - 125

Tungsten 0.32 B 40.0 38.04 ug/L 94 75 - 125

Uranium 542 40.0 573.2 X ug/L 78 75 - 125

Vanadium 16.3 40.0 59.06 ug/L 107 75 - 125

Zinc 2.0 U 40.0 39.14 ug/L 98 75 - 125
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 6020A - Metals (ICP/MS) (Continued)

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378195 Prep Batch: 376764

Arsenic 5.2 40.0 42.66 ug/L 94 75 - 125 2 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Barium 66.2 40.0 106.8 ug/L 102 75 - 125 0 20

Beryllium 0.080 U 40.0 39.39 ug/L 98 75 - 125 2 20

Chromium 204 40.0 246.2 X ug/L 105 75 - 125 1 20

Lead 0.18 U 40.0 38.74 ug/L 97 75 - 125 1 20

Selenium 1.7 B 40.0 42.51 ug/L 102 75 - 125 1 20

Thallium 0.052 B 40.0 38.81 ug/L 97 75 - 125 0 20

Tin 0.77 U 40.0 39.15 ug/L 98 75 - 125 1 20

Tungsten 0.32 B 40.0 37.93 ug/L 94 75 - 125 0 30

Uranium 542 40.0 584.1 X ug/L 105 75 - 125 2 20

Vanadium 16.3 40.0 58.63 ug/L 106 75 - 125 1 20

Zinc 2.0 U 40.0 39.31 ug/L 98 75 - 125 0 20

Method: 350.1 - Nitrogen, Ammonia

Client Sample ID: Method BlankLab Sample ID: MB 280-379210/20
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379210

RL MDL

Ammonia as N 22.0 U 100 22.0 ug/L 06/28/17 17:43 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-379210/18
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379210

Ammonia as N 2500 2504 ug/L 100 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 280-379210/19
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379210

Ammonia as N 2500 2530 ug/L 101 80 - 120 1 20

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379210

Ammonia as N 22.0 U 1000 1059 ug/L 106 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379210

Ammonia as N 22.0 U 1000 1052 ug/L 105 75 - 125 1 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 353.2 - Nitrogen, Nitrate-Nitrite

Client Sample ID: Method BlankLab Sample ID: MB 280-378579/22
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378579

RL MDL

Nitrate Nitrite as N 19.0 U 100 19.0 ug/L 06/23/17 15:40 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Method BlankLab Sample ID: MB 280-378579/66
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378579

RL MDL

Nitrate Nitrite as N 19.0 U 100 19.0 ug/L 06/23/17 17:08 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-378579/21
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378579

Nitrate Nitrite as N 5000 5247 ug/L 105 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-378579/65
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378579

Nitrate Nitrite as N 5000 5188 ug/L 104 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378579

Nitrate Nitrite as N 36300 D 20000 55960 D X ug/L 98 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378579

Nitrate Nitrite as N 36300 D 20000 55680 D X ug/L 97 75 - 125 0 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Method: 410.4 - COD

Client Sample ID: Method BlankLab Sample ID: MB 280-378355/36
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378355

RL MDL

Chemical Oxygen Demand 6808 B 20000 4060 ug/L 06/22/17 15:18 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 410.4 - COD (Continued)

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-378355/34
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378355

Chemical Oxygen Demand 100000 102600 ug/L 103 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 280-378355/35
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378355

Chemical Oxygen Demand 100000 105400 ug/L 105 80 - 120 3 20

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378355

Chemical Oxygen Demand 41500 D C 100000 128600 D C ug/L 87 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378355

Chemical Oxygen Demand 41500 D C 100000 130700 D C ug/L 89 75 - 125 2 20

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Method: 9020B - Organic Halides, Total (TOX)

Client Sample ID: Method BlankLab Sample ID: MB 280-378394/2
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378394

RL MDL

Total Organic Halogens - Dup 7.7 U 30.0 7.7 ug/L 06/21/17 11:07 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-378394/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378394

Total Organic Halogens - Dup 100 97.66 ug/L 98 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Matrix SpikeLab Sample ID: 280-97843-A-1 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378394

Total Organic Halogens - Dup 416 100 354.0 X ug/L -62 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 9020B - Organic Halides, Total (TOX) (Continued)

Client Sample ID: Matrix Spike DuplicateLab Sample ID: 280-97843-A-1 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378394

Total Organic Halogens - Dup 416 100 359.4 X ug/L -57 75 - 125 2 23

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Client Sample ID: Method BlankLab Sample ID: MB 280-379308/2
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379308

RL MDL

Total Organic Halogens - Dup 7.7 U 30.0 7.7 ug/L 06/28/17 10:32 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-379308/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379308

Total Organic Halogens - Dup 100 94.00 ug/L 94 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MS
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379308

Total Organic Halogens - Dup 49.6 B N D 200 275.5 D ug/L 113 75 - 125

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 MSD
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379308

Total Organic Halogens - Dup 49.6 B N D 200 308.7 N D ug/L 130 75 - 125 11 23

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Method: 9040C - pH

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-379105/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379105

pH 7.00 7.010 SU 100 99 - 101

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 DU
Matrix: Water Prep Type: Total/NA
Analysis Batch: 379105

pH 8.11 8.120 SU 0.1 5

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 9050A - Specific Conductance

Client Sample ID: Method BlankLab Sample ID: MB 280-378587/5
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378587

RL MDL

Specific Conductance 2.00 U 2.00 2.00 umhos/cm 06/23/17 23:00 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-378587/3
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378587

Specific Conductance 1410 1379 umhos/cm 98 90 - 110

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Lab Control Sample DupLab Sample ID: LCSD 280-378587/4
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378587

Specific Conductance 1410 1384 umhos/cm 98 90 - 110 0 10

Analyte

LCSD LCSD

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits LimitRPD

RPD

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 DU
Matrix: Water Prep Type: Total/NA
Analysis Batch: 378587

Specific Conductance 1680 1689 umhos/cm 0.4 10

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD

Method: SM 2320B - Alkalinity

Client Sample ID: Method BlankLab Sample ID: MB 280-376805/31
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376805

RL MDL

Alkalinity as CaCO3 2910 B 5000 1070 ug/L 06/09/17 19:28 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-376805/30
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376805

Alkalinity as CaCO3 200000 196400 ug/L 98 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 DU
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376805

Alkalinity as CaCO3 252000 254000 ug/L 0.7 20

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD
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QC Sample Results
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: SM 2540C - Solids, Total Dissolved (TDS)

Client Sample ID: Method BlankLab Sample ID: MB 280-376675/1
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376675

RL MDL

Total Dissolved Solids 4700 U 10000 4700 ug/L 06/09/17 08:23 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-376675/2
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376675

Total Dissolved Solids 500000 494000 ug/L 99 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 DU
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376675

Total Dissolved Solids 1520000 1544000 ug/L 2 20

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD

Method: SM 2540D - Solids, Total Suspended (TSS)

Client Sample ID: Method BlankLab Sample ID: MB 280-376642/2
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376642

RL MDL

Total Suspended Solids 1100 U 4000 1100 ug/L 06/08/17 19:49 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 280-376642/1
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376642

Total Suspended Solids 100000 94400 ug/L 94 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: B3B8B0Lab Sample ID: 280-97923-2 DU
Matrix: Water Prep Type: Total/NA
Analysis Batch: 376642

Total Suspended Solids 1600 B 1600 B ug/L 0 20

Analyte

DU DU

DUnitResult Qualifier

Sample

Result

Sample

Qualifier LimitRPD

RPD
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QC Association Summary
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

GC/MS VOA

Analysis Batch: 376825

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 8260B280-97923-1 B3B8B1 Total/NA

Water 8260B280-97923-2 B3B8B0 Total/NA

Water 8260B280-97923-3 B3B8B5 Total/NA

Water 8260BMB 280-376825/6 Method Blank Total/NA

Water 8260BLCS 280-376825/4 Lab Control Sample Total/NA

Water 8260B280-97923-2 MS B3B8B0 Total/NA

Water 8260B280-97923-2 MSD B3B8B0 Total/NA

GC/MS Semi VOA

Prep Batch: 376891

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 3520C280-97923-2 B3B8B0 Total/NA

Water 3520C280-97923-3 B3B8B5 Total/NA

Water 3520CMB 280-376891/1-A Method Blank Total/NA

Water 3520CLCS 280-376891/2-A Lab Control Sample Total/NA

Water 3520C280-97923-2 MS B3B8B0 Total/NA

Water 3520C280-97923-2 MSD B3B8B0 Total/NA

Analysis Batch: 378407

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 8270D 376891280-97923-2 B3B8B0 Total/NA

Water 8270D 376891280-97923-3 B3B8B5 Total/NA

Water 8270D 376891MB 280-376891/1-A Method Blank Total/NA

Water 8270D 376891LCS 280-376891/2-A Lab Control Sample Total/NA

Water 8270D 376891280-97923-2 MS B3B8B0 Total/NA

Water 8270D 376891280-97923-2 MSD B3B8B0 Total/NA

Metals

Prep Batch: 376763

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 3010A280-97923-2 B3B8B0 Total/NA

Water 3010A280-97923-3 B3B8B5 Total/NA

Water 3010AMB 280-376763/1-A Method Blank Total/NA

Water 3010ALCS 280-376763/2-A Lab Control Sample Total/NA

Water 3010A280-97923-2 MS B3B8B0 Total/NA

Water 3010A280-97923-2 MSD B3B8B0 Total/NA

Prep Batch: 376764

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 3020A280-97923-2 B3B8B0 Total/NA

Water 3020A280-97923-3 B3B8B5 Total/NA

Water 3020AMB 280-376764/1-A Method Blank Total/NA

Water 3020ALCS 280-376764/2-A Lab Control Sample Total/NA

Water 3020A280-97923-2 MS B3B8B0 Total/NA

Water 3020A280-97923-2 MSD B3B8B0 Total/NA
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QC Association Summary
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Metals (Continued)

Analysis Batch: 377047

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 6010C 376763280-97923-2 B3B8B0 Total/NA

Water 6010C 376763280-97923-3 B3B8B5 Total/NA

Water 6010C 376763MB 280-376763/1-A Method Blank Total/NA

Water 6010C 376763LCS 280-376763/2-A Lab Control Sample Total/NA

Water 6010C 376763280-97923-2 MS B3B8B0 Total/NA

Water 6010C 376763280-97923-2 MSD B3B8B0 Total/NA

Analysis Batch: 377237

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 6010C 376763280-97923-2 B3B8B0 Total/NA

Water 6010C 376763280-97923-3 B3B8B5 Total/NA

Water 6010C 376763MB 280-376763/1-A Method Blank Total/NA

Water 6010C 376763LCS 280-376763/2-A Lab Control Sample Total/NA

Water 6010C 376763280-97923-2 MS B3B8B0 Total/NA

Water 6010C 376763280-97923-2 MSD B3B8B0 Total/NA

Analysis Batch: 378195

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 6020A 376764280-97923-2 B3B8B0 Total/NA

Water 6020A 376764280-97923-3 B3B8B5 Total/NA

Water 6020A 376764MB 280-376764/1-A Method Blank Total/NA

Water 6020A 376764LCS 280-376764/2-A Lab Control Sample Total/NA

Water 6020A 376764280-97923-2 MS B3B8B0 Total/NA

Water 6020A 376764280-97923-2 MSD B3B8B0 Total/NA

General Chemistry

Analysis Batch: 376642

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water SM 2540D280-97923-2 B3B8B0 Total/NA

Water SM 2540D280-97923-3 B3B8B5 Total/NA

Water SM 2540DMB 280-376642/2 Method Blank Total/NA

Water SM 2540DLCS 280-376642/1 Lab Control Sample Total/NA

Water SM 2540D280-97923-2 DU B3B8B0 Total/NA

Analysis Batch: 376675

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water SM 2540C280-97923-2 B3B8B0 Total/NA

Water SM 2540C280-97923-3 B3B8B5 Total/NA

Water SM 2540CMB 280-376675/1 Method Blank Total/NA

Water SM 2540CLCS 280-376675/2 Lab Control Sample Total/NA

Water SM 2540C280-97923-2 DU B3B8B0 Total/NA

Analysis Batch: 376805

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water SM 2320B280-97923-2 B3B8B0 Total/NA

Water SM 2320B280-97923-3 B3B8B5 Total/NA

Water SM 2320BMB 280-376805/31 Method Blank Total/NA

Water SM 2320BLCS 280-376805/30 Lab Control Sample Total/NA

Water SM 2320B280-97923-2 DU B3B8B0 Total/NA
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QC Association Summary
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

General Chemistry (Continued)

Analysis Batch: 378355

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 410.4280-97923-2 B3B8B0 Total/NA

Water 410.4280-97923-3 B3B8B5 Total/NA

Water 410.4MB 280-378355/36 Method Blank Total/NA

Water 410.4LCS 280-378355/34 Lab Control Sample Total/NA

Water 410.4LCSD 280-378355/35 Lab Control Sample Dup Total/NA

Water 410.4280-97923-2 MS B3B8B0 Total/NA

Water 410.4280-97923-2 MSD B3B8B0 Total/NA

Analysis Batch: 378394

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 9020B280-97923-3 B3B8B5 Total/NA

Water 9020BMB 280-378394/2 Method Blank Total/NA

Water 9020BLCS 280-378394/4 Lab Control Sample Total/NA

Water 9020B280-97843-A-1 MS Matrix Spike Total/NA

Water 9020B280-97843-A-1 MSD Matrix Spike Duplicate Total/NA

Analysis Batch: 378579

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 353.2280-97923-2 B3B8B0 Total/NA

Water 353.2280-97923-3 B3B8B5 Total/NA

Water 353.2MB 280-378579/22 Method Blank Total/NA

Water 353.2MB 280-378579/66 Method Blank Total/NA

Water 353.2LCS 280-378579/21 Lab Control Sample Total/NA

Water 353.2LCS 280-378579/65 Lab Control Sample Total/NA

Water 353.2280-97923-2 MS B3B8B0 Total/NA

Water 353.2280-97923-2 MSD B3B8B0 Total/NA

Analysis Batch: 378587

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 9050A280-97923-2 B3B8B0 Total/NA

Water 9050A280-97923-3 B3B8B5 Total/NA

Water 9050AMB 280-378587/5 Method Blank Total/NA

Water 9050ALCS 280-378587/3 Lab Control Sample Total/NA

Water 9050ALCSD 280-378587/4 Lab Control Sample Dup Total/NA

Water 9050A280-97923-2 DU B3B8B0 Total/NA

Analysis Batch: 379105

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 9040C280-97923-2 B3B8B0 Total/NA

Water 9040C280-97923-3 B3B8B5 Total/NA

Water 9040CLCS 280-379105/4 Lab Control Sample Total/NA

Water 9040C280-97923-2 DU B3B8B0 Total/NA

Analysis Batch: 379210

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 350.1280-97923-2 B3B8B0 Total/NA

Water 350.1280-97923-3 B3B8B5 Total/NA

Water 350.1MB 280-379210/20 Method Blank Total/NA

Water 350.1LCS 280-379210/18 Lab Control Sample Total/NA

Water 350.1LCSD 280-379210/19 Lab Control Sample Dup Total/NA

Water 350.1280-97923-2 MS B3B8B0 Total/NA

TestAmerica Denver

Page 37 of 39 7/7/2017

1

2

3

4

5

6

7

8

9

10

11

July 7, 2017

37 of 39



QC Association Summary
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

General Chemistry (Continued)

Analysis Batch: 379210 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 350.1280-97923-2 MSD B3B8B0 Total/NA

Analysis Batch: 379308

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Water 9020B280-97923-2 B3B8B0 Total/NA

Water 9020BMB 280-379308/2 Method Blank Total/NA

Water 9020BLCS 280-379308/4 Lab Control Sample Total/NA

Water 9020B280-97923-2 MS B3B8B0 Total/NA

Water 9020B280-97923-2 MSD B3B8B0 Total/NA
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Surrogate Summary
TestAmerica Job ID: 280-97923-1Client: CH2M Hill Plateau Remediation Company

SDG: DN0147Project/Site: FRC16-03

Method: 8260B - Volatile Organic Compounds (GC/MS)
Prep Type: Total/NAMatrix: Water

Lab Sample ID Client Sample ID (70-130) (70-130) (70-130) (70-130)

12DCE BFB DBFM TOL

87 100 97 94280-97923-1

Percent Surrogate Recovery (Acceptance Limits)

B3B8B1

93 109 108 106280-97923-2 B3B8B0

91 97 100 102280-97923-2 MS B3B8B0

94 100 103 107280-97923-2 MSD B3B8B0

92 105 105 98280-97923-3 B3B8B5

94 97 103 105LCS 280-376825/4 Lab Control Sample

93 104 104 99MB 280-376825/6 Method Blank

Surrogate Legend

12DCE = 1,2-Dichloroethane-d4 (Surr)

BFB = 4-Bromofluorobenzene (Surr)

DBFM = Dibromofluoromethane (Surr)

TOL = Toluene-d8 (Surr)

Method: 8270D - Semivolatile Organic Compounds (GC/MS)
Prep Type: Total/NAMatrix: Water

Lab Sample ID Client Sample ID (48-130) (41-130) (42-130) (42-130) (45-130) (20-130)

FBP 2FP TBP NBZ PHL TPH

71 69 85 69 75 44280-97923-2

Percent Surrogate Recovery (Acceptance Limits)

B3B8B0

72 65 91 7066 82280-97923-2 MS B3B8B0

69 63 87 6566 72280-97923-2 MSD B3B8B0

63 57 88 6356 78280-97923-3 B3B8B5

80 81 87 8381 86LCS 280-376891/2-A Lab Control Sample

76 80 79 8581 92MB 280-376891/1-A Method Blank

Surrogate Legend

FBP = 2-Fluorobiphenyl  (Surr)

2FP = 2-Fluorophenol (Surr)

TBP = 2,4,6-Tribromophenol (Surr)

NBZ = Nitrobenzene-d5 (Surr)

PHL = Phenol-d5 (Surr)

TPH = Terphenyl-d14 (Surr)
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