
Thermo Nutech JAN 2 7 200 Bechtel Hanford Inc.
W.O. No. N9-09-208-7223 EDMC SDG H0550

Case Narrative

1.0 GENERAL
Bechtel Hanford Inc. Sample Delivery Group H0550 is composed of seven liquid (water)
samples designated under SAF No. 099-045 with a Project Designation of: ERDF GW
MONITORING, SEPTEMBER 1999.

The samples were received as stated on the Chain-of-Custody documents. Any
discrepancies are noted on the TNU Sample Receipt Checklists. The finalized results were
reported to BHI via fax on November 30, 1999.

2.0 ANALYSIS NOTES

2.1 Gross Alpha and Beta Analyses
No problems were encountered during the course of the analyses.

2.2 Total Radium Analyses
No problems were encountered during the course of the analyses.

2.3 Iodine-I 29 Analyses
No problems were encountered during the course of the analyses. A recount was
performed on sample T0V457.

2.4 Carbon-14 Analyses
No problems were encountered during the course of the analyses.

2.5 Total Uranium Analyses
No problems were encountered during the course of the analyses.

2.6 Tech netium-99 Analyses
No problems were encountered during the course of the analyses.
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TMA/RICHMOND
SAMPLE DELIVERY GROUP 110550

SDG 7223 Client Hanford
Contact Kevin C. Johnson SAMPLE SUMMARY Contract TRB-SBB-207925

Case no SDO 110550

LAB CHAIN OF
CLIENT SAMPLE ID LOCATION MATRIX LEVEL SAMPLE ID SAP NO CUSTODY COLLECTED

T0V457 HANFORD SITE WATER N909208-01 C99-045 C99-045-7 09/28/99 11:26
T0V459 HANFORD SITE WATER N909208-02 C99-045 C99-045-5 09/28/99 11:45
T0V461 HANFORD SITE WATER N909208-03 C99-045 C99-045-6 09/28/99 10:30
T0V463 HANFORD SITE WATER N909208-04 C99-045 C99-045-1 09/28/99 09:39
T0V465 HANFORD SITE WATER N909208-05 C99-045 C99-045-2 09/28/99 09:39
T0V467 HANFORD SITE WATER N909208-06 C99-045 C99-045-3 09/28/99 13:23
T0V469 HANFORD SITE WATER N909208-07 C99-045 C99-045-4 09/28/99 08:15
Method Blank WATER N909208-09 C99-045

Lab Control Sample WATER N1909208-08 C99-045
Duplicate (N909208-01) HANFORD SITE WATER N909208-10 C99-045 09/28/99 11:26

Lab id TMANC

Protocol Hanford
SAMPLE SUMMARY Version Ver 1.0

Page 1 Form DVD-CS
SUMMARY DATA SECTION Version 3.06

Page 3 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP 110550

SDG 7223 
Client Hanford

Contact Kevin C. Johnson QC SUMMARY Contract TRB-SBB-207925

Case no SDG 110550

CHAIN OF % SAMPLE BASIS DAYS SINCE LAB DEPARTMENT
QC BATCH CUSTODY CLIENT SAMPLE ID MATRIX SOLIDS AMOUNT AMOUNT RECEIVED COLL SAMPLE ID SAMPLE ID

7223 C99-045-1 T0V463 WATER 09/29/99 1 N909208-04 7223-004

C99-045-2 TOV465 WATER 09/29/99 1 N909208-05 7223-005

C99-045-3 T0V467 WATER 09/29/99 1 N909208-06 7223-006

C99-045-4 T0V469 WATER 09/29/99 1 N1909208-07 7223-007

C99-045-5 T0V459 WATER 09/29/99 1 N1909208-02 7223-002

C99-045-6 T0V461 WATER 09/29/99 1 N909208-03 7223-003

C99-045-7 T0V457 WATER 09/29/99 1 N1909208-01 7223-001

Method Blank WATER 11909208-09 7223-009
Lab Control Sample WATER 11909208-08 7223-008
Duplicate (1909208-01) WATER 09/29/99 1 11909208-10 7223-010

Lab id TMANC

Protocol Hanford
QC SUMMARY 

Version Var 1.0
Page 1 

Form DVD-QS
SUMMARY DATA SECTION 

Version 3.06
Page 4 

Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H0550

SDG 7223 Client Hanford

Contact Kevin C. Johnson PREP BATCH SUMMARY Contract TRB-SBB-207925

Case no SDG H0550

PREPARATION ERROR PLANCLIETS ANALYZED QUALI-

TEST MATRIX METHOD BATCH 2cr % CLIENT MORE RE BLANK LCS DUP/ORIG MS/ORIG FIERS

Beta Counting

TO WATER Technetium 99 in Water 6904-047 10.0 7 1 1 1/1

Gas Proportional Counting

RAT WATER Radium 226/228 in Water 6904-047 5.0 7 1 1 1/1

Gas Proportional Counting

80A WATER Gross Alpha in Water 6904-047 20.0 7 1 1 1/1

800 WATER Gross Beta in Water 6904-047 15.0 7 1 1 1/1

Gamma Spectroscopy

I WATER Iodine 129 in Water 6904-047 5.0 7 1 1 1/1

Kinetic Phosphorimetry

UT WATER Uranium, Total in Water 6904-047 9.0 7 1 1 1/1

Liquid Scintillation Counting

C WATER Carbon 14 in Water 6904-047 10.0 7 1 1 1/1

Duplicates and Matrix Spikes are those with original (Client) sample in this Sample Delivery Group.

Blank and LCS planchets are those in the same preparation batch as some Client, Duplicate or Spike sample.

Lab id TMANC

Protocol Hanford

PREP BATCH SUMMARY Version Ver 1.0

Page 1 Form DVD-PBS

SUMMARY DATA SECTION Version 3.06

Page 5 Report date 11/30/99



TMA/RI CHMOND
SAMPLE DELIVERY GROUP H0550

SDG 7223 Client Hanford
Contact Kevin C. Johnson WORK SUMMARY Contract TRB-SBB-207925

Case no SDG H0550

CLIENT SAMPLE ID LAB SAMPLE ID

LOCATION MATRIX COLLECTED SUP-

CUSTODY SAP No RECEIVED PLANCHET TEST FIX ANALYZED REVIEWED BY METHOD

T0V457 N909208-01 7223-001 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

HANFORD SITE WATER 09/28/99 7223-001 80B/80 10/26/99 11/30/99 NJV Gross Beta in Water

C99-045-7 C99-045 09/29/99 7223-001 C 10/23/99 11/30/99 NJV Carbon 14 in Water

7223-001 I 11/24/99 11/30/99 NJV Iodine 129 in Water

7223-001 RAT 11/01/99 11/30/99 NJV Radium 226/228 in Water

7223-001 TC 11/22/99 11/30/99 NJV Technetium 99 in Water

7223-001 UT 10/26/99 11/30/99 NJV Uranium, Total in Water

T0V459 N909208-02 7223-002 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

HANFORD SITE WATER 09/28/99 7223-002 80B/80 10/26/99 11/30/99 NJV Gross Beta in Water

C99-045-5 C99-045 09/29/99 7223-002 C 10/24/99 11/30/99 NJV Carbon 14 in Water

7223-002 I 11/19/99 11/30/99 HJV Iodine 129 in Water

7223-002 RAT 11/01/99 11/30/99 HJV Radium 226/228 in Water

7223-002 TC 11/23/99 11/30/99 NJV Technetium 99 in Water

7223-002 UT 10/26/99 11/30/99 NJV Uranium, Total in water

T0V461 N909208-03 7223-003 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

HANFORD SITE WATER 09/28/99 7223-003 80B/80 10/26/99 11/30/99 NJV Gross Beta in Water

C99-045-6 C99-045 09/29/99 7223-003 C 10/24/99 11/30/99 NJV Carbon 14 in Water

7223-003 I 11/19/99 11/30/99 NJV Iodine 129 in Water

7223-003 RAT 11/03/99 11/30/99 NJV Radium 226/228 in Water

7223-003 TC 11/23/99 11/30/99 NJV Technetium 99 in Water

7223-003 UT 10/26/99 11/30/99 NJV Uranium, Total in Water

T0V463 N909208-04 7223-004 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

HANFORD SITE WATER 09/28/99 7223-004 805/80 10/26/99 11/30/99 NJV Gross Beta in Water

C99-045-1 C99-045 09/29/99 7223-004 C 10/24/99 11/30/99 NJV Carbon 14 in Water

7223-004 1 11/20/99 11/30/99 NJV Iodine 129 in Water

7223-004 RAT 11/03/99 11/30/99 NJV Radium 226/228 in Water

7223-004 TC 11/23/99 11/30/99 NJT Technetium 99 in Water

7223-004 UT 10/26/99 11/30/99 NJV Uranium, Total in Water

T0V465 N909208-05 7223-005 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

HANFORD SITE WATER 09/28/99 7223-005 80B/80 10/26/99 11/30/99 l4JV Gross Beta in Water

C99-045-2 C99-045 09/29/99 7223-005 C 10/24/99 11/30/99 NJV Carbon 14 in Water

7223-005 I 11/22/99 11/30/99 NJV Iodine 129 in Water

7223-005 RAT 11/05/99 11/30/99 NJV Radium 226/228 in Water

7223-005 TC 11/19/99 11/30/99 NJV Technetium 99 in Water

7223-005 U T 10/26/99 11/30/99 NJV Uranium, Total in Water

Lab id TMANC

Protocol Hanford
WORK SUMMARY Version Ver 1.0

Page 1 Form DVD-CWS

SUMMARY DATA SECTION Version 3.06
Page 6 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H10550

SDG 7223 Client Hanford

Contact Kevin C. Johnson WORK SUMMARY, cont . Contract TRB-SEB-207925

Case no SDG 110550

CLIENT SAMPLE ID LAB SAMPLE ID

LOCATION MATRIX COLLECTED SUF-

CUSTODY SAP No RECEIVED PLANCHET TEST FIX ANALYZED REVIEWED BY METHOD

T0V467 N909208-06 7223-006 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

HANFORD SITE WATER 09/28/99 7223-006 80B/80 10/26/99 11/30/99 NJV Gross Beta in Water

C99-045-3 C99-045 09/29/99 7223-006 C 10/24/99 11/30/99 NJV Carbon 14 in Water

7223-006 I 11/23/99 11/30/99 NJV Iodine 129 in Water

7223-006 RAT 11/04/99 11/30/99 NJV Radium 226/228 in Water

7223-006 TC 11/23/99 11/30/99 NJV Technetium, 99 in Water

7223-006 UT 10/26/99 11/30/99 NJV Uranium, Total in Water

T0V469 N1909208-07 7223-007 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

HANFORD SITE WATER 09/2B/99 7223-007 80B/80 10/26/99 11/30/99 NJVT Gross Beta in Water

C99-045-4 C99-045 09/29/99 7223-007 C 10/24/99 11/30/99 NJV Carbon 14 in Water

7223-007 1 11/23/99 11/30/99 NJV Iodine 129 in Water

7223-007 RAT 11/05/99 11/30/99 NJV Radium 226/228 in Water

7223-007 TC 11/23/99 11/30/99 NJV Technetium 99 in Water

7223-007 U T 10/26/99 11/30/99 NJV Uranium, Total in Water

Method Blank N909208-09 7223-009 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

WATER 7223-009 80B/80 10/26/99 11/30/99 NJV Gross Beta in Water

C99-045 7223-009 C 10/24/99 11/30/99 NJV Carbon 14 in Water

7223-009 I 11/22/99 11/30/99 NJV Iodine 129 in Water

7223-009 RAT 11/02/99 11/30/99 NJV Radium 226/228 in Water

7223-009 TC 11/23/99 11/30/99 NJV Technetium 99 in Water

7223-009 UT 10/26/99 11/30/99 NJV Uranium, Total in Water

Lab Control Sample N909208-08 7223-008 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

WATER 7223-008 80B/80 10/26/99 11/30/99 NJV Gross Beta in Water

C99-045 7223-008 C 10/24/99 11/30/99 NJV Carbon 14 in Water

7223-008 1 11/24/99 11/30/99 NJV Iodine 129 in Water

7223-008 RAT 10/30/99 11/30/99 NJV Radium 226/228 in Water

7223-008 TC 11/19/99 11/30/99 NJV Technetium 99 in Water

7223-008 UT 10/26/99 11/30/99 NJV Uranium, Total in Water

Duplicate (N909208-01) N909208-10 7223-010 80A/80 10/26/99 11/30/99 NJV Gross Alpha in Water

HANFORD SITE WATER 09/28/99 7223-010 80B/80 10/26/99 11/30/99 NJV Gross Beta in Water

C99-045 09/29/99 7223-010 C 10/25/99 11/30/99 NJV Carbon 14 in Water

7223-010 I 11/26/99 11/30/99 NJV Iodine 129 in Water

7223-010 RAT 11/04/99 11/30/99 NJV Radium 226/228 in Water

7223-010 TC 11/22/99 11/30/99 NJV Technetium 99 in Water

7223-010 UT 10/26/99 11/30/99 NJV Uranium, Total in Water

Lab id TMPNC

Protocol Hanford

WORK SUMMARY Version Ver 1.0

Page 2 Form DVD-CWS

SUMMARY DATA SECTION Version 3.06

Page 7 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H10550

SDG 7223 Client Hanford

Contact Kevin C. Johnson WORK SUMMARY, cont.* Contract TRB-SBB-207925

Case no SDG 110550

COUNTS OF TESTS BY SAMPLE TYPE
TEST SAF No METHOD REFERENCE CLIENT MORE RE BLANEK LCS DUP SPIKE TOTAL

80A/80 C99-045 Gross Alpha in Water EPA900.0 7 1 1 1 10

80B/80 C99-045 Gross Bets in Water EPA900.0 7 1 1 1 10

C C99-045 Carbon 14 in Water C14CHEMLSC 7 1 1 1 10

I C99-045 Iodine 129 in Water I129LEPS 7 1 1 1 10

RAT C99-045 Radium 226/228 in Water 7 1 1 1 10

TC C99-045 Technetium 99 in Water TC99TRLSC 7 1 1 1 10

UT C99-045 Uranium, Total in Water UKPA 7 1 1 1 10

TOTALS 49 7 7 7 70

Lab id TMANC

Protocol Hanford

WORK SUMMARY Version Var 1.0

Page 3 Form DVD-CWS

SUMMARY DATA SECTION version 3.06

Page 8 Report date 11/30/99



TMA /RICHMOND
SAMPLE DELIVERY GROUP H0550

N909208-09 Method Blank

METHOD BLANK

SDG 7223 Client/Case no Hanford SDG H0550

Contact Kevin C. Johnson Contract TRB-SBB-207925

Lab sample id N909208-09 Client sample id Method Blank

Dept sample id 7223-009 Material/Matrix ____________WATER

SAF No C99-045

RESULT 2a' ERR MDA RDL QUALI-

ANALYTE CAS NO pCi/L (COUNT) pCi/L pCi/L FIERS TEST

Gross Alpha 12587-46-1 -0.087 0.33 0.90 3.0 U 80A

Gross Beta 12587-47-2 -0.456 1.2 2.1 4.0 U 80B

Carbon 14 14762-75-5 -11.3 9.8 17 U C

Technetium. 99 14133-76-7 2.91 3.9 7.7 15 U TC

Iodine 129 15046-84-1 1.86 1.6 3.5 U I

Radium 226 ALPHA-RA -0.037 0.084 0.41 U RAT

Total Uranium (ug/L) 7440-61-1 -0.006 0.004 0.010 0.10 U UT

ERDF GW MONITORING SEPTEMBER 1999

QC-BLANK 32130

Lab id TMANC

Protocol Hanford

METHOD BLANKS Version Ver 1.0

Page 1 Form DVD-DS

SUMMARY DATA SECTION Version 3.06

Page 9 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP 110550

N909208-08 Lab Control Sample

LAB CONTROL SAMPLE

SDG 7223 Client/Case no Hanford SDG H0550

Contact Kevin C. Johnson Case no TRB-SBB-207925

Lab sample id N909208-08 Client sample id Lab Control Sample

Dept sample id 7223-008 Material/Matrix _____________WATER

SAF No C99-045

RESULT 2ac ERR MDA RDL QUALI - ADDED 2ua ERR REC 3 a LMTS PROTOCOL

ANALYTE pCi/L (COUNT) pCi/L pCi/L FIERS TEST pCi/L pCi/L % (TOTAL) LIMITS

Gross Alpha 68.0 5.1 1.1 3.0 80A 67.0 2.7 102 67-133 80-120

Gross Beta 77.4 3.8 2.5 4.0 80B1 75.3 3.0 103 75-125

Carbon 14 3970 42 21 C 4340 170 91 85-115

Technetium 99 1060 35 12 15 TC 1130 45 94 84-116 80-120

Iodine 129 176 4.4 6.0 1 185 7.4 95 90-110

Radium 226 54.0 2.6 0.70 RAT 59.0 2.4 92 89-111

Total Uranium (ug/L) 87.5 10 0.097 0.10 UT 82.5 3.3 106 76-124 80-120

ERDF GW MONITORING SEPTEMBER 1999

QC-LCS 32129

Lab id TMANC

Protocol Hanford

LAB CONTROL SAMNPLES Version Ver 1.0

Page 1 Form DVI3-LCS

SUMMARY DATA SECTION Version 3.06

Page 10 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP 110550

N909208-10 TOV457

DUPLICATE

SDG 7223 Client/Case no Hanford SDG 10S50

Contact Kevin C. Johnson Case no TRB-SBB-207925

DUPLICATE ORIGINAL

Lab sample id N909208-10 Lab sample id N909208-01 Client sample id T0V457

Dept sample id 7223-010 Dept sample id 7223-001 Location/Matrix HAN~FORD SITE WATER

Received 09/29/99 Collected 09/28/99 11:26

Cuistody/SAF No C99-045-7 C99-045

DUPLICATE 2a ERR MDA RDL QUALI- ORIGINAL 2a ERR MDA QUALI- RPD 3a PROT

ANALYTE pCi/L (COUNT) pCi/L pCi/L FIERS TEST pCi/L (COUNT) pCi/L FIERS % TOT LIMIT

Gross Alpha 1.24 1.3 1.6 3.0 U 80A 1.55 1.5 2.0 U -

Gross Beta 25.9 2.5 2.5 4.0 BOB 27.1 2.6 2.6 5 38

Carbon 14 -1.59 9.6 16 U C -5.94 10 17 U -

Technetium 99 35.9 12 22 15 TC 44.6 9.0 21 22 60

Iodine 129 1.26 1.8 4.0 U 1 1.87 2.2 5.0 U -

Radium 226 0.006 0.18 0.48 U RAT -0.068 0.13 0.69 U -

Total Uranium (ug/L) 2.55 0.29 0.010 0.10 UT 2.58 0.29 0.010 1 31

ERDF GW MONITORING SEPTEMB~ER 1999

QCDP132131

Lab id TMANC

Protocol Hanford

DUPLICATES Version Ver 1.0

Page 1 Form DVD-DUP

SUMMARY DATA SECTION Version 3.06

Page 11 Report date 11/30/99



TMA/IRICHMOND
SAMPLE DELIVERY GROUP H0550

N9 09208-01 TOV457

DATA SHEET

SDG 7223 Client/Case no Hanford SDG H0550
Contact Kevin C. Johnson Contract TRE-SBB-207925

Lab sample id N909208-01 Client sample id T0V457

Dept sample id 7223-001 Location/Matrix HANFORD SITE WATER
Received 09/29/99 Collected 09/28/99 11:26

Custody/SAF No C99-045-7 C99-045

RESULT 2a ERR MDA RDL QUALI-
AXNALYTE CAS NO pCi/L (COUNT) pCi/L pCi/L PIERS TEST

Gross Alpha 12587-46-1 1.55 1.5 2.0 3.0 U 8OA
Gross Beta 12587-47-2 27.1 2.6 2.6 4.0 BOB
Carbon 14 14762-75-5 -5.94 10 17 U C
Technetium 99 14133-76-7 44.6 9.0 21 15 TC
Iodine 129 15046-84-1 1.87 2.2 5.0 U I
Radium 226 ALPHA-RA -0.068 0.13 0.69 U RAT
Total Uranium (ug/L) 7440-61-1 2.58 0.29 0.010 0.10 UT

ERDF GW MONITORING SEPTEMBER 1999

Lab id TMANC

Protocol Hanford
DATA SHEETS Version Ver 1.0

Page 1 Form DVD-DS
SUMMARY DATA SECTION Version 3.06

Page 12 Report date 11/30/99



TMA/ RI CHMOND
SAMPLE DELIVERY GROUP H0550

N909208-02 T0V459

DATA SHEET

SDG 7223 Client/Case no Hanford SDG H0550

Contact Kevin C. Johnson Contract TRB-SEB-207925

Lab sample id N909208-02 Client sample id T0V459

Dept sample id 7223-002 Location/Matrix HANFORD SITE WATER

Received 09/29/99 Collected 09/28/99 11:45

Custody/SAF No C99-045-5 C99-045

RESULT 2a ERR MDA RI)L QUALI-

ANALYTE CAS NO pCi/L (COUNT) pCi/L pCi/L FIERS TEST

Gross Alpha 12587-46-1 1.31 1.4 1.4 3.0 U BOA

Gross Beta 12587-47-2 50.2 3.0 2.2 4.0 80B

Carbon 14 14762-75-5 -9.54 9.8 16 U C

Technetium 99 14133-76-7 90.1 8.9 15 15 TC

Iodine 129 15046-84-1 6.54 3.2 6.9 U I

Radium 226 ALPHA-RA 0.195 0.17 0.58 U RAT

Total Uranium (ug/L) 7440-61-1 3.41 0.38 0.010 0.10 U T

ERDF GW MONITORING SEPTEMBER 1999

Lab id TMANC

Protocol Hanford

DATA SHEETS Version Ver 1.0

Page 2 Form DVD-DS

SUMMARY DATA SECTION Version 3.06

Page 13 Report date 11/30/99



TMA/ RICHMOND
SAMPLE DELIVERY GROUP H0550

N909208-03 TOV4 61

DATA SHEET

SDG 7223 Client/Case no Hanford SOG H0550
Contact Kevin C. Johnson Contract TRB-SBB-207925

Lab sample id N909208-03 Client sample id T0V461
Dept sample id 7223-003 Location/Matrix HANFORD SITE WATER

Received 09/29/99 Collected 09/28/99 10:30

Custody /SAF No C99-045-6 C99-045_

RESULT 2a~ ERR MDA RDL QUALI-
ANALYTE CAS NO pCi/L (COUNT) pCi/L pCi/L FIERS TEST

Gross Alpha 12587-46-1 -0.069 0.25 0.68 3.0 U BOA
Gross Beta 12587-47-2 -0.720 1.3 2.3 4.0 U 80B
Carbon 14 14762-75-5 -6.49 9.9 17 U C
Technetium 99 14133-76-7 0.740 4.7 10 15 U TC
Iodine 129 15046-84-1 0.494 1.5 3.3 U I
Radium 226 ALPHA-RA -0.007 0.11 0.42 U RAT
Total Uranium (ug/L) 7440-61-1 0.166 0.021 0.010 0.10 UT

ERDF GW MONITORING SEPTEMBER 1999

Lab id TMANC

Protocol Hanford
DATA SHEETS Version Ver 1.0

Page 3 Form DVD-DS
SUMMARY DATA SECTION Version 3.06

Page 14 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H0550

N909208-04 TOV463

DATA SHEET

SDG 7223 Client/Case no Hanford SDG HO550

Contact Kevin C. Johnson Contract TRB-SBB-207925

Lab sample id N909208-04 Client sample id TOV463

Dept sample id 7223-004 Location/Matrix HANFORD SITE _ WATER

Received 09/29/99 Collected 09/28/99 09:39

Custody/ SAF No C99-045-1 -C99-045

RESULT 2a ERR MDA RflL QUALI-

ANALYTE CAS NO pCi/L (COUNT) pCi/L pCi/L FIERS TEST

Gross Alpha 12587-46-1 2.64 1.5 1.5 3.0 J 80A

Gross Beta 12587-47-2 25.8 2.3 2.0 4.0 8B

Carbon 14 14762-75-5 7.43 10 17 U C

Technetium 99 14133-76-7 40.4 6.1 9.3 15 TC

Iodine 129 15046-84-1 5.68 2.2 4.7 I

Radium 226 ALPHA-RA 0.025 0.10 0.39 U RAT

Total Uranium (ug/L) 7440-61-1 2.53 0.28 0.010 0.10 UT

ERDF GW MONITORING SEPTEMBER 1999

Lab id TMANC

Protocol Hanford

DATA SHEETS Version Ver 1.0

Page 4 Form DVD-DS

SUMMARY DATA SECTION Version 3.06

Page 15 Report date 11/30/99



TMA/ RI CHMOND
SAMPLE DELIVERY GROUP H0550

N9 09208-05 TOV465

DATA SHEET

SOC 7223 Client/Case no Hanford SDG H0550

Contact Kevin C. Johnson Contract TRB-SBB-207925

Lab sample id N909208-05 Client sample id T0V465
Dept sample id 7223-005 Location/Matrix HANFORD SITE WATER

Received 09/29/99 Collected 09/28/99 09:39

Custody/SAF No C99-045-2 C99-045

RESULT 2a7 ERR MDA RDL QUALI-

ANALYTE CAS NO pCiIL (COUNT) pCi/L pCi/L PIERS TEST

Gross Alpha 12587-46-1 0.565 1.0 1.5 3.0 U 80A

Gross Beta 12587-47-2 25.1 2.4 2.3 4.0 8OB
Carbon 14 14762-75-5 14.1 10 17 U C

Technetium 99 14133-76-7 34.3 5.7 12 15 TC

Iodine 129 15046-84-1 6.96 2.6 5.6 1

Radium 226 ALPI{A-RA 0.088 0.12 0.38 U RAT

Total Uranium (ug/L) 7440-61-1 2.65 0.30 0.010 0.10 UT

ERDF GW MONITORING SEPTEMBER 1999

Lab id TMANC

Protocol Hanford
DATA SHEETS Version Ver 1.0

Page 5 Form DVD-DS

SUMMARY DATA SECTION Version 3.06

Page 16 Report date 11/30/99



TMA/RI CHMOND
SAMPLE DELIVERY GROUP H0550

N9 09208-06 TOV467

DATA SHEET

SDG 7223 Client/Case no Hanford SIDG H0550

Contact Kevin C. Johnson Contract TRB-SBB-207925

Lab sample id N909208-06 Client sample id T0V467

Dept sample id 7223-006 Location/Matrix HANFORD SITE WATER

Received 09/29/99 Collected 09/28/99 13:23

Custody/ SAF No C99-045-3 -C99-045

RESULT 2ai ERR MDA RDL QUALI-

ANM.YTE CAS NO pCi/L (COUNT) pCi/L pCi/L FIERS TEST

Gross Alpha 12587-46-1 0.535 1.3 1.9 3.0 U 80A

Gross Beta 12587-47-2 57.2 3.2 2.0 4.0 80B

Carbon 14 14762-75-5 -2.74 9.9 17 U C

Technetium 99 14133-76-7 85.2 6.9 10 15 TC

Iodine 129 15046-84-1 9.24 2.2 4.5 I

Radium 226 ALPHA-RA 0.083 0.12 0.39 U RAT

Total Uranium (ug/L) 7440-61-1 2.63 0.29 0.010 0.10 UT

ERDF GW MONITORING SEPTEMBER 1999

Lab id TMANC

Protocol Hanford

DATA SHEETS Version Ver 1.0

Page 6 Form DVD-DS

SUMMARY DATA SECTION Version 3.06

Page 17 Report date 11/30/99



TMA /RICHMOND
SAMPLE DELIVERY GROUP H0550

N909208-07 TOV4 69

DATA SHEET

SDG 7223 Client/Case no Hanford SDG H0550
Contact Kevin C. Johnson Contract TRB-SBB-207925

Lab sample id N909208-07 Client sample id T0V469
Dept sample id 7223-007 Location/Matrix HANFORD SITE WATER

Received 09/29/99 Collected 09/28/99 08:15

Custody/SAF No C99-045-4 C99-045

RESULT 2a ERR MDA RDL QUALI-
ANALYTE CAS NO pCi/L (COUNT) pCi/L pCi/L FIERS TEST

Gross Alpha 12587-46-1 0.029 0.32 0.71 3.0 U 80A
Gross Beta 12587-47-2 -0.129 1.4 2.4 4.0 U 80B

Carbon 14 14762-75-5 -14.2 9.8 17 U C
Technetium 99 14133-76-7 0.296 5.1 12 15 U TC

Iodine 129 15046-84-1 -1.12 1.9 4.4 U I
Radium 226 ALPHA-RA 0.108 0.14 0.40 U RAT

Total Uranium (ug/L) 7440-61-1 0.129 0.018 0.010 0.10 UT

ERDF GW MONITORING SEPTEMBER 1999

Lab id TMANC

Protocol Hanford
DATA SHEETS Version Ver 1.0

Page 7 Form DVD-DS
SUMMARY DATA SECTION Version 3.06

Page 18 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP 110550

Test TC Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY Contract TRB-SBB-207925

Contact Kevin C. Johnson TECHNETIUM 99 IN WATER Case no SDG HOSSO

BETA COUNTING

RESULTS
LAB RAW SUP- Technetium

CLIENT SAMPLE ID SAMPLE ID TEST FIX PLANCHET 99

Preparation batch 6904-047

TOV457 N909208-01 7223-001 44.6

T0V459 N909208-02 7223-002 90.1

TOV461 N909208-03 7223-003 U

TOV463 N909208-04 7223-004 40.4

T0V46S N909208-05 7223-005 34.3

T0V467 N909208-06 7223-006 85.2

T0V469 N909208-07 7223-007 U

BLK (QC ID=32130) N909208-09 7223-009 U

LCS (QC ID=32129) N1909208-08 7223-008 ok

Duplicate (N909208-01) N909208-10 7223-010 ok

Nominal values and limits from method RflLs (pCi/L) 15

ERDF GW MONITORING SEPTEMBER 1999

METHOD PERFORMANCE
LAB RAW SUP- MDA ALIQ PREP DILU- YIELD EFF COUNT FWHM DRIFT DAYS ANAL-

CLIENT SAMPLE ID SAMPLE ID TEST FIX pCi/L L FAC TION % % min key Key HELD PREPARED YZED DETECTOR

Preparation batch 6904-047 2a prep error 10.0 % Reference Lab Notebook 6904 pg. 047

T0V457 1909208-01 21 0.0500 33 101 55 11/16/99 11/22 GRB-221

T0V459 N909208-02 15 0.0500 44 101 56 11/16/99 11/23 GRB-218

T0V461 N909208-03 10 0.0500 67 101 56 11/16/99 11/23 GRB-220

T0V463 N1909208-04 9.3 0.0500 72 101 56 11/16/99 11/23 GRB-222

T0V465 N909208-05 12 0.0500 57 101 52 11/16/99 11/19 GRB-230

T0V467 N909208-06 10 0.0500 66 101 56 11/16/99 11/23 GRB-224

T0V469 N909208-07 12 0.0500 62 101 56 11/16/99 11/23 GRB-229

BLK (QC ID=32130) 11909208-09 7.7 0.0500 88 101 11/16/99 11/23 GRB-230

LCS (QC ID=32129) 11909208-08 12 0.0500 61 101 11/16/99 11/19 GRB-202

Duplicate (N909208-01) 11909208-10 22 0.0500 31 101 55 11/16/99 11/22 GRB-203

(QC ID=32131)

Nominal values and limits from method 1s 0.0500 20-105 50 180

Lab id TMANC

Protocol Hanford
METHOD SUMMARIES Version Ver 1.0

Page 1 Form DVD-CMS
SUMMARY DATA SECTION Version 3.06

Page 19 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H0550

Test TC Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY, cont.* Contract TRB-SBB-207925

Contact Kevin C. Johnson TECHNETIUM 99 IN WATER Case no SDG H0550

BETA COUNTIING

PROCEDURES REFERENCE TC99TRLSC AVERAGES ± 2SD MDA 13 9*7

EP-020 Sample Leach For Technetium-99, rev 0 FOR 10 SAMPLES YIELD 58 35

EP-540 Technetium-99 Purification, rev 0

Lab id TMANC

Protocol Hanford

METHOD SUMMARIES Version Ver 1.0--

Page 2 Form DVD-CNS

SUMMARY DATA SECTION Version 3.06

Page 20 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H10550

Test RAT Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY Contract TRB-SBB-207925

Contact Kevin C. Johnson RADIUM 226/228 IN WATER Case no SDG H105S0

GAS PROPORTIONAL COUNTING

RESULTS
LAB RAW SUF-

CLIENT SAMPLE ID SAMPLE ID TEST FIX PLANCHET Radium 226

Preparation batch 6904-047

T0V457 N909208-01 7223-001 U

T0V459 N909208-02 7223-002 U

T0V461 N909208-03 7223-003 U

T0V463 N909208-04 7223-004 U

T0V465 N909208-05 7223-005 U

T0V467 N909208-06 7223-006 U

T0V469 N1909208-07 7223-007 U

BLK (QC ID=32130) N1909208-09 7223-009 U

LCS (QC ID=32129) N1909208-08 7223-008 ok

Duplicate (N909208-01) N909208-10 7223-010 - U

Nominal values and limits from method RflLs (pCi/L)

ERI)F GW MONITORING SEPTEMBER 1999

METHOD PERFORMANCE
LAB RAW SUF- MAX MDA ALIQ PREP DILU- YIELD EFF COUNT FWHM DRIFT DAYS ANAL-

CLIENT SAMPLE ID SAMPLE ID TEST FIX pCi/L L FAC TION % % min key Key HELD PREPARED YZED DETECTOR

Preparation batch 6904-047 2a prep error 5.0 % Reference Lab Notebook 6904 pg. 047

T0V457 1909208-01 0.69 0.200 71 100 34 10/29/99 11/01 GAW-113

T0V459 1909208-02 0.58 0.200 91 100 34 10/29/99 11/01 GAW-114

T0V461 11909208-03 0.42 0.200 87 100 36 10/29/99 11/03 GAW-111

T0V463 11909208-04 0.39 0.200 85 100 36 10/29/99 11/03 GAW-112

T0V465 11909208-05 0.38 0.200 84 100 38 10/29/99 11/05 GAW-111

T0V467 11909208-06 0.39 0.200 84 100 37 10/29/99 11/04 GAW-114

T0V469 N909208-07 0.40 0.200 85 100 38 10/29/99 11/05 GAW-112

BLK (QC ID=32130) N1909208-09 0.41 0.200 87 100 10/29/99 11/02 GAW-116

LCS (QC I0=32129) 11909208-08 0.70 0.200 87 100 10/29/99 10/30 GAW-116

Duplicate (N909208-01) 11909208-10 0.48 0.200 82 100 37 10/29/99 11/04 GAW-112

(QC ID=32131)

Nominal values and limits from method 0.200 20-105 100 180

Lab id TMANC

Protocol Hanford

METHOD SUMMARIES Version Ver 1.0

Page 3 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 21 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H0550

Test RAT Matrix WATER Client H~anford

SDG 7223 METHOD SUMMARY, cont. Contract TRB-SBB-207925

Contact Kevin C. Johnson RADIUM 226/228 IN WATER Case no SDG 110550

GAS PROPORTIONAL COUNTING

PROCDURES EP-700 Total Radium in Water, rev 0 AVERAGES ± 2 SD MDA 0.48 ± 0.25

FOR 10 SAMPLES YIELD 84 ± 11

Lab id TMANC

Protocol Hanford
METHOD SUMMARIES Version Ver 1.0

Page 4 Form DVD-CMS
SUMMARY DATA SECTION Version 3.06

Page 22 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H0550

Test 80A Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY Contract TRB-SBB-207925

Contact Kevin C. Johnson GROSS ALPHA IN WATER Case no 500 HOS050

GAS PROPORTIONAL COUNTING

RESULTS
LAB RAW SUF-

CLIENT SAMPLE ID SAMPLE ID TEST FIX PLANCHET Gross Alpha

Preparation batch 6904-047

TOV457 N909208-01 80 7223-001 U

TOV459 N909208-02 80 7223-002 U

TOV461 N909208-03 80 7223-003 U

T0V463 N909208-04 80 7223-004 2.64 J

TOV465 N909208-05 80 7223-005 U

TOV467 N909208-06 80 7223-006 U

TOV469 N909208-07 80 7223-007 U

ELK (QC ID=32130) N909208-09 80 7223-009 U

LCS (QC I0=32129) N909208-08 80 7223-008 ok

Duplicate (N909208-01) N909208-10 80 7223-010 - U

Nominal values and limits from method RDLs (pCi/L) 3.0

ERI3F GW MONITORING SEPTEMBER 1999

METHOD PERFORMANCE
LAB RAW SUF- MDA ALIQ PREP DILU- RESID EFF COUNT FWHM DRIFT DAYS ANAL-

CLIENT SAMPLE ID SAMPLE ID TEST FIX pCi/L L FAC TION mg % min key Key HELD PREPARED YZED, DETECTOR

Preparation batch 6904-047 2a prep error 20.0 % Reference Lab Notebook 6904 pg. 047

T0V457 N909208-01 80 2.0 0.300 114 100 28 10/22/99 10/26 GRB-110

T0V459 N909208-02 80 1.4 0.300 101 100 28 10/22/99 10/26 GRB-111

T0V461 N909208-03 80 0.68 0.300 5 100 28 10/22/99 10/26 GRB-112

T0V463 N909208-04 80 1.5 0.300 76 100 28 10/22/99 10/26 GRB-113

T0V465 N909208-05 80 1.5 0.300 73 100 28 10/22/99 10/26 GRB-114

T0V467 N909208-06 80 1.9 0.300 80 100 28 10/22/99 10/26 GRB-115

T0V469 N909208-07 80 0.71 0.300 2 100 28 10/22/99 10/26 GRB-116

ELK (QC ID=32130) N909208-09 80 0.90 0.300 38 100 10/22/99 10/26 ORB-ill

LCS (QC I0=32129) N909208-08 80 1.1 0.300 36 100 10/22/99 10/26 ORB-l10

Duplicate (N909208-01) N909208-10 80 1.6 0.300 119 100 28 10/22/99 10/26 GRB-112

(QC 10=32131)

Nominal values and limits from method 3.0 0.300 5-150 100 180

Lab id TMANC

Protocol Hanford

METHOD SUMMARIES Version Ver 1.0

Page 5 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 23 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H10550

Test 80A Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY, cont.* Contract TRB-SBB-207925

Contact Kevin C. Johnson GROSS ALPHA IN WATER Case no SDG H0550

GAS PROPORTIONAL COUNTING

PROCEDURES REFERENCE EPA900.0 AVERAGES ± 2 SD MDA 1.3 ± 0.0931

EP-120 Gross Alpha and Gross Beta in Environmental Water, FOR 10 SAMPLES RESIDUE 64 ± 85

rev 2

Lab id TMANC

Protocol Hanford

METHOD SUMMA~RIES Version Ver 1.0

Page 6 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 24 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H10550

Test BOB Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY Contract TRB-SBB-207925

Contact Kevin C. Johnson GROSS BETA IN WATER Case no SDG H10550

GAS PROPORTIONAL COUNTING

RESULTS
LAB RAN StIF-

CLIENT SAMPLE ID SAMPLE ID TEST FIX PLANCHET Gross Beta

Preparation batch 6904-047

T011457 N909208-01 80 7223-001 27.1

T0V459 N909208-02 80 7223-002 50.2

TOV461 N909208-03 80 7223-003 U

T0V463 N909208-04 80 7223-004 25.8

TOV465 N909208-05 80 7223-005 25.1

T0V467 N909208-06 80 7223-006 57.2

TOV469 N909208-07 80 7223-007 U

BLK (QC ID=3,2130) N909208-09 80 7223-009 U

LCS (QC ID=32129) N909208-08 80 7223-008 ok

Duplicate (N909208-01) N909208-10 80 7223-010 ok

Nominal values and limits from method RDLs (pCi/L) 4.0

ERflF OW MONITORING SEPTEMBER 1999

METHOD PERFORMANCE
LAB RAW SUF- MDA ALIQ PREP DILU- RESID EFF COUNT FWHM DRIFT DAYS ANAL-

CLIENT SAMPLE ID SAMPLE ID TEST FIX pCi/L L FAC TION mg % min key Key HELD PREPARED YZED DETECTOR

Preparation batch 6904-047 2a prep error 15.0 %a Reference Lab Notebook 6904 pg. 047

T0V457 N909208-01 80 2.6 0.300 114 100 28 10/22/99 10/26 ORB-l10

T0V459 N909208-02 80 2.2 0.300 101 100 28 10/22/99 10/26 GRB-111

T0V461 N909208-03 80 2.3 0.300 5 100 28 10/22/99 10/26 GRB-112

T0V463 N909208-04 80 2.0 0.300 76 100 28 10/22/99 10/26 GRB-113

T0V465 N909208-05 80 2.3 0.300 73 100 28 10/22/99 10/26 GRB-114

T0V467 N909208-06 80 2.0 0.300 80 100 28 10/22/99 10/26 GRB-115

T0V469 N909208-07 80 2.4 0.300 2 100 28 10/22/99 10/26 GRB-116

BLK (QC ID=32130) N909208-09 80 2.1 0.300 38 100 10/22/99 10/26 GRB-l111

LCS (QC ID=32129) N909208-08 80 2.5 0.300 36 100 10/22/99 10/26 GRB-110

Duplicate (N909208-01) N909208-10 80 2.5 0.300 119 100 28 10/22/99 10/26 GRB-112

(QC ID=32131)

Nominal values and limits from method 4.0 0.300 5-150 100 180

Lab id TMANC

Protocol Hanford

METHOD SUMMARIES Version Ver 1.0

Page 7 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 25 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H0550

Test 80B Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY, cont. Contract TRB-SBB-207925

Contact Kevin C. Johnson GROSS BETA IN WATER Case no SDG HOSSO

GAS PROPORTIONAL COUNTING

PROCEDURES REFERENCE EPA900.0 AVERAGES 1 2 SD MDA 2.3 ± 043

EP-120 Gross Alpha and Gross Beta in Environmental Water, FOR 10 SAMPLES RESIDUE 64 ± 85

rev 2

Lab id TMANC

Protocol Hanford

METHOD SUMMARIES Version Ver 1.0

Page 8 Form DVD-CMS
SUMMARY DATA SECTION Version 3.06

Page 26 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP 110550

Test I Matrix WATER Client Hanford

500 7223 METHOD SUMMARY Contract TRB-SPB-207925

Contact Kevin C. Johnson IODINE 129 IN WATER Case no SUG H10550

GAMMA SPECTROSCOPY

RESULTS
LAB RAW SUP-

CLIENT SAMPLE ID SAMPLE ID TEST FIX PLANCHET Iodine 129

Preparation batch 6904-047

T0V457 N909208-01 7223-001 U

T0V459 N909208-02 7223-002 U

T0V461 N909208-03 7223-003 U

T0V463 N909208-04 7223-004 5.68

T0V465 N909208-05 7223-005 6.96

T0V467 N1909208-06 7223-006 9.24

T0V469 N909208-07 7223-007 U

ELK (QC ID=32130) N909208-09 7223-009 U

LCS (QC ID=32l29) N1909208-08 7223-008 ok

Duplicate (N909208-01) N1909208-10 7223-010 - U

Nominal values and limits from method RDLs (pCi/L)

ERDF GW MONITORING SEPTEMBER 1999

METHOD PERFORMANCE
LAB RAW SUP- MDA ALIQ PREP DILU- YIELD EFF COUNT FWHM DRIFT DAYS ANAL-

CLIENT SAMPLE ID SAMPLE ID TEST FIX pCi/L L FAC TION % % min key ReV HELD PREPARED YZED DETECTOR

Preparation batch 6904-047 2a prep error 5.0 % Reference Lab Notebook 6904 pg. 047

T0V457 N1909208-01 5.0 0.250 78 507 57 11/18/99 11/24 XSPEC-014

T0V459 N909208-02 6.9 0.250 55 424 52 11/18/99 11/19 XSPEC-014

T0V461 N1909208-03 3.3 0.250 67 833 52 11/18/99 11/19 XSPEC-014

T0V463 N909208-04 4.7 0.250 81 410 53 11/18/99 11/20 XSPEC-014

T0V465 N909208-05 5.6 0.250 71 443 55 11/19/99 11/22 XSPEC-014

T0V467 N909208-06 4.5 0.250 78 402 56 11/19/99 11/23 XSPEC-014

T0V469 N909208-07 4.4 0.250 90 514 56 11/19/99 11/23 XSPEC-014

ELK (QC ID=32130) N909208-09 3.5 0.250 82 460 11/18/99 11/22 XSPEC-014

LCS (QC 10=32129) N1909208-08 6.0 0.250 81 451 11/19/99 11/24 XSPEC-014

Duplicate (N909208-01) N909208-10 4.0 0.250 81 758 59 11/19/99 11/26 XSPECO014

(QC ID=32131)

Nominal values and limits from method 0.250 20-105 200 100

Lab id TMANC

Protocol Hanford

METHOD SUMMARIES Version Var 1.0

Page 9 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 27 Report date 11/30/99



TMA/RI CHMOND
SAMPLE DELIVERY GROUP 110550

Test I Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY, cont. Contract TRB-SBB-207925

Contact Kevin C. Johnson IODINE 129 IN WATER Case no SDG 110550

GAMMA SPECTROSCOPY

PROCEDURES REFERENCE I129LEPS AVERAGES ± 2 SD MDA 4.8 ± 2.2

EP-024 Iodine-129, Sample Dissolution, rev 0 FOR 10 SAMPLES YIELD 76 ± 20

EP-560 iodine-129 Purification, rev 0

Lab id TmANC

Protocol Hanford

METHOD SUMMARIES Version Ver 1.0

Page 10 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 28 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H0550

Test U T Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY Contract TRB-SEB-207925

Contact Kevin C. Johnson URANIUM, TOTAL IN WATER Case no SDG 110550

KINETIC PHOSPHORIMETRY

RESULTS
LAB RAW SUP- Total

CLIENT SAMPLE ID SAMPLE ID TEST FIX PLANCHET Uranium

Preparation batch 6904-047

TOV457 N909208-01 7223-001 2.58

T0V459 N909208-02 7223-002 3.41

TOV461 N1909208-03 7223-003 0.166

TOV463 N1909208-04 7223-004 2.53

TOV465 N1909208-05 7223-005 2.65

T0V467 N1909208-06 7223-006 2.63

T0V469 N1909208-07 7223-007 0.129

BLK (QC ID=32130) N1909208-09 7223-009 U

LCS (QC ID=32129) N1909208-08 7223-008 ok

Duplicate (N909208-01) N1909208-10 7223-010 ok

Nominal values and limits from method RDLB (ug/L) 0.10

ERDF GW MONITORING SEPTEMBER 1999

METHOD PERFORMANCE
LAB RAW SUP- MDA ALIQ PREP DILU- YIELD) EFF COUNT FWHM DRIFT DAYS ANAL-

CLIENT SAMPLE ID SAMPLE ID TEST FIX ug/L L FAC TION !k % min key KeV HELD PREPARED YZED DETECTOR

Preparation batch 6904-047 2a prep error 9.0 % Reference Lab Notebook 6904 pg. 047

T0V457 N909208-01 0.010 0.0200 28 10/26/99 10/26 KPA-001

T0V459 N1909208-02 0.010 0.0200 28 10/26/99 10/26 KPA-001

T0V461 N909208-03 0.010 0.0200 28 10/26/99 10/26 KPA-001

T0V463 1909208-04 0.010 0.0200 28 10/26/99 10/26 KPA-001

T0V465 1909208-05 0.010 0.0200 28 10/26/99 10/26 KPA-001

T0V467 1909208-06 0.010 0.0200 28 10/26/99 10/26 KPA-001

T0V469 N909208-07 0.010 0.0200 28 10/26/99 10/26 KPA-001

ELK (QC ID=32130) 1909208-09 0.010 0.0200 10/26/99 10/26 KPA-001

LCS (QC ID=32129) N909208-08 0.097 0.0200 10/26/99 10/26 KPA-001

Duplicate (1909208-01) 1909208-10 0.010 0.0200 28 10/26/99 10/26 KPA-001

(QC ID=32131)

Nominal values and limits from method 0.10 0.0200 180

Lab id TMANC

Protocol Hanford

METHOD SUMMARIES Version Var 1.0

Page 11 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 29 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H0550

Test U T Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY, cont. Contract TRB-SBB-207925

Contact Kevin C. Johnson URANIUM, TOTAL, IN WATER Case no SDG H0550

KINETIC PHOSPHORIMETRY

PROCEDURES REFERENCE UKPA AVERAGES ± 2 SD MDA 0.019 ± 0.55

EP-040 Environmental Water Dissolution, rev 1 FOR 10 SAMPLES YIELD____ ____

EP-044 Preparationi of Total Uranium by Kinetic

Phosphorimetry, rev 1

EP-928 Total Uranium by Kinetic Phosphorimetry, rev 0

Lab id TMANC

Protocol Hanford

METHOD SUMMARIES Version Ver 1.0

Page 12 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 30 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP 110550

Test C Matrix WATER Client Hanford

SDG 7223 METHOD SUMMARY Contract TRB-SBB-207925

Contact Kevin C. Johnson CARBON 14 IN WATER Caae no EDO H10550

LIQUID SCINTILLATION COUNTING

RESULTS
LAB RAW SUP-

CLIENT SAMPLE ID SAMPLE ID TEST FIX PLANCHET Carbon 14

Preparation hatch 6904-047

T0V457 N909208-01 7223-001 U

T0V459 N909208-02 7223-002 U

T0V461 N909208-03 7223-003 U

T0V463 N909208-04 7223-004 U

T0V465 N909208-05 7223-005 U

T0V467 N909208-06 7223-006 U

T0V469 N909208-07 7223-007 U

ELK (QC 10=32130) N909208-09 7223-009 U

LCS (QC 10=32129) N909208-08 7223-008 ok

Duplicate (N909208-01) N1909208-10 7223-010 - U

Nominal values and limits from method RI3Ls (pCi/L)

ERDF OW MONITORING SEPTEMBER 1999

METHOD PERFORMANCE
LAB RAW SliT- MDA ALIQ PREP DILU- YIELD EFF COUNT FWHM DRIFT DAYS ANAL-

CLIENT SAMPLE ID SAMPLE ID TEST FIX pCi/L L FAC TION !k % min key Key HELD PREPARED YZED DETECTOR

Preparation batch 6904-047 2a prep error 10.0 % Reference Lab Notebook 6904 pg. 047

T0V457 N909208-01 17 0.0500 100 200 25 10/21/99 10/23 LSC-004

T0V459 N909208-02 16 0.0500 100 200 26 10/21/99 10/24 LSC-004

T0V461 N909208-03 17 0.0500 100 200 26 10/21/99 10/24 LSC-004

T0V463 N1909208-04 17 0.0500 100 200 26 10/21/99 10/24 LSC-004

T0V465 N1909208-05 17 0.0500 100 200 26 10/21/99 10/24 LSC-004

T0V467 N1909208-06 17 0.0500 100 200 26 10/21/99 10/24 LSC-004

T0V469 N1909208-07 17 0.0500 100 200 26 10/21/99 10/24 LSC-004

ELK (QC 10=32130) N1909208-09 17 0.0500 100 200 10/21/99 10/24 LSC-004

LCS (QC 10=32129) N1909208-08 21 0.0500 100 133 10/21/99 10/24 LSC-004

Duplicate (N909208-01) N1909208-10 16 0.0500 100 200 27 10/21/99 10/25 LSC-004

(OC ID=32131)

Nominal values and limits from method 0.0500 150 180

Lab id TMANC

Protocol Hanford

METHOD SUMMARIES Version Ver 1.0

Page 13 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 31 Report date 11/30/99



TMA/RICHMOND
SAM4PLE DELIVERY GROUP 110550

Test C Matrix WATER Client H1anford

SDG 7223 METHOD SUMMARY, cont. Contract TRB-SBB-207925,

Contact Kevin C. Johnson CARBON 14 IN WATER Case no SDG 110550

LIQUID SCINTILLATION COUNTING

PROCEDURES REFERENCE C14CHEMLSC AVERAGES ± 2SD MDA 17 ± 2.8

EP-240 Carbon-14 in Aqueous Solutions, rev 0 FOR 10 SAMPLES YIELD 100 ± -0

Lab id TMANC

Protocol H~anford

METHOD SUMMARIES Version Ver 1.0

Page 14 Form DVD-CMS

SUMMARY DATA SECTION Version 3.06

Page 32 Report date 11/30/99



TMA/RICHMOND
SAMPLE DELIVERY GROUP H0550

SDG 7223 Client Hanford
Contact Kevin C. Johnson RE PO0R T G U IDE Contract TRB-SBB-207925

Case no SDG H0550

SAMPLE SUMMARY

The Sample and QC Summary Reports show all samples, including QC
samples, reported in one Sample Delivery Group (SDG).

The Sample Summary Report fully identifies client samples and gives the
corresponding lab sample identification. The QC Summary Report shows at
the sample level how the lab organized the samples into batches and
generated QC samples. The Preparation Batch and Method Summary Reports
show this at the analysis level.

The following notes apply to these reports:

" LAB SAMPLE ID is the lab's primary identification for a sample.

" DEPARTMENT SAMPLE ID is an alternate lab id, for example one

assigned by a radiochemistry department in a lab.

" CLIENT SAMPLE ID is the client's primary identification for a

sample. It includes any sample preparation done by the client

that is necessary to identify the sample.

" QC BATCH is a lab assigned code that groups samples to be

processed and QCed together. These samples should have similar

matrices.

QC BATCH is not necessarily the same as SDG, which reflects
samples received and reported together.

" All Lab Control Samples, Method Blanks, Duplicates and Matrix

Spikes are shown that QC any of the samples. Due to possible

reanalyses, not all results for all these QC samples may be
relevant to the SDG. The Lab Control Sample, Method Blank,
Duplicate, Matrix Spike and Method Summary Reports detail these

relationships.
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PREPARATION BATCH SUMMARY

The Preparation Batch Summary Report shows all preparation batches in
one Sample Delivery Group (SDG) with information necessary to check the
completeness and consistency of the SDG.

The following notes apply to this report:

" The preparation batches are shown in the same order as the
Method Summary Reports are printed.

" Only analyses of planchets relevant to the SDG are included.

" Each preparation batch should have at least one Method Blank
and LCS in it to validate client sample results.

" The QUALIFIERS shown are all qualifiers other than U, J, B, L
and H that occur on any analysis in the preparation batch. The
Method Summary Report has these qualifiers on a per sample
basis.

These qualifiers should be reviewed as follows:

X Some data has been manually entered or modified.
Transcription errors are possible.

P One or more results are 'preliminary' . The data is not
ready for final reporting.

2 There were two or more results for one analyte on one
planchet imported at one time. The results in DVD may
not be the same as on the raw data sheets.

other lab defined qualifiers may occur. In general, these
should be addressed in the SDG narrative.
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WORK SUMMARY

The Work Summary Report shows all samples, including QC samples, and all

relevant analyses in one Sample Delivery Group (SDG). This report is

often useful as supporting documentation for an invoice.

The following notes apply to this report:

" TEST is a code for the method used to measure associated

analytes. Results and related information for each analyte

are on the Data Sheet Report. In special cases, a test code

used in the summary data section is not the same as in

associated raw data. In this case, both codes are shown on the

Work Summary.

" SUFFIX is the lab's code to distinguish multiple analyses

(recounts, reworks, reanalyses) of a fraction of the sample.

The suffix indicates which result is being reported. An empty

suffix normally identifies the first attempt to analyze the

sample.

" The LAB SAMPLE ID, TEST and SUFFIX uniquely identify all

supporting data for a result. The Method Summary Report for

each TEST has method performance data, such as yield, for each

lab sample id and suffix and procedures used in the method.

" PLA NCHET is an alternate lab identifier for work done for one

test. It, combined with the TEST and SUFFIX, may be the best

link to raw data.

" For QC samples, only analyses that directly QC some regular

sample are shown. The Lab Control Sample, Method Blank,

Duplicate, Matrix Spike and Method Summary Reports detail these

relationships.

" The SAS (Special Analytical Services) Number is a client or lab

assigned code that reflects special processing for samples, such

as rapid turn around. Counts of tests done are lists by SAS

number since it is likely to affect prices.
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DATA SHEET

The Data Sheet Report shows all results and primary supporting

information for one client sample or Method Blank. This report
corresponds to both the CLP Inorganics and Organics Data Sheet.

The following notes apply to this report:

" TEST is a code for the method used to measure an analyte. if

the TEST is empty, no data is available; the analyte was not

analyzed for.

" The LAB SAMPLE ID and TEST uniquely identify work within the

Summary Data Section of a Data Package. The Work Summary and

Method Summary Reports further identify raw data that underlies

this work.

The Method Summary Report for each TEST has method performance

data, such as yield, for each Lab Sample ID and a list of
procedures used in the method.

" ERRORs can be labeled TOTAL or COUNT. TOTAL implies a

preparation (non-counting method) error has been added, as

square root of sum of squares, to the counting error denoted by

COUNT. The preparation errors, which may vary by preparation

batch, are shown on the Method Summary Report.

" A RESULT can be 1N.R.' (Not Reported). This means the lab did

this work but chooses not to report it now, possibly because it

was reported at another time.

" When reporting a Method Blank, a RESULT can be 'N.A.' (Not

Applicable). This means there is no reported client sample work
in the same preparation batch as the Blank's result. This is
likely to occur when the Method Blank is associated with
reanalyses of selected work for a few samples in the SDG.

The following qualifiers are defined by the DVD system:

U The RESULT is less than the MDA (Minimum Detectable Activity).
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DATA SHEET

If the MDA is blank, the ERROR is used as the limit.

J The RESULT is less than the RDL (Required Detection Limit) and
no U qualifier is assigned.

B A Method Blank associated with this sample had a result without
a U flag and, after correcting for possibly different aliquots,
that result is greater than or equal to the MDA for this sample.

Normally, B is not assigned if U is. When method blank
subtraction is shown on this report, B flags are assigned based
on the unsubtracted values while U's are assigned based on the
subtracted ones. Both flags can be assigned in this case.

For each sample result, all Method Blank results in the same
preparation batch are compared. The Method Summary Report
documents this and other QC relationships.

L Some Lab Control Sample that QC's this sample had a low
recovery. The lab can disable assignment of this qualifier.

H Similar to 'LI except the recovery was high.

P The RESULT is 'preliminary'.

X Some data necessary to compute the RESULT, ERROR or MDA was
manually entered or modified.

2 There were two or more results available for this analyte. The
reported result may not be the same as in the raw data.

other qualifiers are lab defined. Definitions should be in the
SDG narrative.

The following values are underlined to indicate possible problems:

*An MDA is underlined if it is bigger than its RDL.
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DATA SHEET

" An ERROR is underlined if the 1.645 sigma counting error is

bigger than both the MDA and the RESULT, implying that the MDA
may not be a good estimate of the 'real' minimum detectable
activity.

" A negative RESULT is underlined if it is less than the negative

of its 2 sigma counting ERROR.

" When reporting a Method Blank, a RESULT is underlined if

greater than its MDA. If the MDA is blank, the 2 sigma counting
error is used in the comparison.
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LAB CONTROL SAMPLE

The Lab Control Sample Report shows all results, recoveries and primary
supporting information for one Lab Control Sample.

The following notes apply to this report:

" All fields in common with the Data Sheet Report have similar
usage. Refer to its Report Guide for details.

* An amount ADDED is the lab's value for the actual amount spiked
into this sample with its ERROR an estimate of the error of this
amount.

An amount added is underlined if its ratio to the corresponding
RDL is outside protocol specified limits.

" REC (Recovery) is RESULT divided by ADDED expressed as a
percent.

" The first, computed limits for the recovery reflect:

1. The error of RESULT, including that introduced by
rounding the result prior to printing.

If the limits are labeled (TOTAL), they include
preparation error in the result. If labeled (COUNT),
they do not.

2. The error of ADDED.

3. A lab specified, per analyte bias. The bias changes the
center of the computed limits.

" The second limits are protocol defined upper and lower QC limits

for the recovery.

" The recovery is underlined if it is outside either of these
ranges.
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DUPLICATE

The Duplicate Report shows all results, differences and primary
supporting information for one Duplicate and associated original sample.

The following notes apply to this report:

" All fields in common with the Data Sheet Report have similar
usage. This applies both to the Duplicate and original sample
data. Refer to the Data Sheet Report Guide for details.

If the Duplicate has data for a TEST and the lab did not do this
test to the Original, the Original's RESULTs are underlined.

" The RPD (Relative Percent Difference) is the absolute value of
the difference of the RESULTs divided by their average expressed
as a percent.

If both RESULTs are less than their MDAs, no RPD is computed and
a 1- is printed.

For an analyte, if the lab did work for both samples but has
data for only one, the MDA from the sample with data is used as
the other's result in the RPD.

" The first, computed limit is the sum, as square root of sum of
squares, of the errors of the results divided by the average
result as a percent, hence the relative error of the difference
rather than the error of the relative difference. The errors
include those introduced by rounding the RESULTs prior to
printing.

If this limit is labeled TOT, it includes the preparation error
in the RESULTs. If labeled CNT, it-does not.

This value reported for this limit is at most 999.

" The second limit for the RPD is the larger of:

1. A fixed percentage specified in the protocol.
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DUPL ICATE

2. A protocol factor (typically 2) times the average MDA as
a percent of the average result. This limit applies
when the results are close to the MDAs.

" The RPD is underlined if it is greater than either limit.

" If specified by the lab, the second limit column is replaced by
the Difference Error Ratio (DER), which is the absolute value
of the difference of the results divided by the quadratic sum of
their one sigma errors, the same errors as used in the first
limit.

Except for differences due to rounding, the DER is the
same as the RPD divided by the first RPD limit with the
limit scaled to 1 sigma.

* The DER is underlined if it is greater than the sigma factor,

typically 2 or 3, shown in the header for the first RPD limit.
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MATRIX SPIKE

The Matrix Spike Report shows all results, recoveries and primary

supporting information for one Matrix Spike and associated Original

sample.

The following notes apply to this report:

" All fields in common with the Data Sheet Report have similar

usage. This applies both to the Spiked and original sample

data. 'Refer to the Data Sheet Report Guide for details.

If the Spike has data for a TEST and the lab did not do this

test to the Original, the original's RESULTs are underlined.

" An amount ADDED is the lab's value for the actual amount spiked

into the Spike sample with its ERROR an estimate of the error of

this amount.

An amount is underlined if its ratio to the corresponding RDL is

outside protocol specified limits.

" REC (Recovery) is the Spike RESULT minus the Original RESULT

divided by ADDED expressed as a percent.

" The first, computed limits for the recovery reflect:

1. The errors of the two RESULTs, including those

introduced by rounding them prior to printing.

If the limits are labeled (TOTAL), they include

preparation error in the result. If labeled (COUNT),

they do not.

2. The error of ADDED.

3. A lab specified, per analyte bias. The bias changes the

center of the computed limits.

" The second limits are protocol defined upper and lower QC limits
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MATRIX SPIKE

for the recovery.

These limits are left blank if the original RESULT is more than

a protocol defined factor (typically 4) times ADDED. This is a

way of accounting for that when the spike is small compared to

the amount in the original sample, the recovery is unreliable.

*The recovery is underlined (out of spec) if it is outside either

of these ranges.
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METHOD SUMMARY

The Method Summary Report has two tables. one shows up to five results

measured using one method. The other has performance data for the

method. There is one report for each TEST, as used on the Data Sheet

Report.

The following notes apply to this report:

" Each table is subdivided into sections, one for each preparation

batch. A preparation batch is a group of aliquots prepared at

roughly the same time in one work area of the lab using the same

method.

There should be Lab Control Sample and Method Blank results in

each preparation batch since this close correspondence makes the

QC meaningful. Depending on lab policy, Duplicates need not

occur in each hatch since they QC sample dependencies such as

matrix effects.

" The RAW TEST column shows the test code used in the raw data to

identify a particular analysis if it is different than the test

code in the header of the report. This occurs in special cases

due to method specific details about how the lab labels work.

The Lab Sample or Planchet ID combined with the (Raw) Test Code

and Suffix uniquely identify the raw data for each analysis.

" If a result is less than both its MDA and RDL, it is replaced by

just 'U' on this report. If it is greater than or equal to the

RDL but less than the MDA, the result is shown with a 'U' flag.

The J and X flags are as on the data sheet.

" Non-U results for Method Blanks are underlined to indicate

possible contamination of other samples in the preparation

batch. The Method Blank Report has supporting data.

" Lab Control Sample and Matrix Spike results are shown as: ok, No

data, LOW or HIGH, with the last two underlined. 'No data'
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METHOD SUMMARY

means no amount ADDED was specified. 'LOW' and 'HIGH'

correspond to when the recovery is underlined on the Lab Control
Sample or Matrix Spike Report. See these reports for supporting

data.

" Duplicate sample results are shown as: ok, No data, or OUT, with

the last two underlined. 'No data' means there was no original
sample data found for this duplicate. 'OUT' corresponds to when
the RPD is underlined on the Duplicate Report. See this report
for supporting data.

" If the MDA column is labeled 'MAX MDA', there was more than one

result measured by the reported method and the MDA shown is the
largest MDA. If not all these results have the same RDL, the

MAX MDA reflects only those results with RDL equal to the
smallest one.

MDAs are underlined if greater than the printed RDL.

" Aliquots are underlined if less than the nominal value specified

for the method.

* Prepareation factors are underlined if greater than the nominal

value specified for the method.

" Dilution factors are underlined if greater than the nominal

value specified for the method.

" Residues are underlined if outside the range specified for the

method. Residues are not printed if yields are.

" Yields, which may be gravimetric, radiometric or some type of

recovery depending on the method, are underlined if outside the
range specified for the method.

" Efficiencies are underlined if outside the range specified for

the method. Efficiencies are detector and geometry dependent so

this test is only approximate.
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METHOD SUMMARY

" Count times are underlined if less than the nominal value

specified for the method.

" Resolutions (as FWHM; Full Width at Half Max) are underlined if

greater than the method specified limit.

" Tracer drifts are underlined if their absolute values are
greater than the method specified limit. Tracer drifts are
not printed if percent moistures are.

" Days Held are underlined if greater than the holding time

specified in the protocol.

" Analysis dates are underlined if before their planchet's

preparation date or, if a limit is specified, too far after
it.

For some methods, ratios as percentages and error estimates for them are
computed for pairs of results. A ratio column header like 11-31 means
the ratio of the first result column and the third result column.

Ratios are not computed for Lab Control Sample, Method Blank or
Matrix Spike results since their matrices are not necessarily
similar to client samples'.

The error estimate for a ratio of results from one planchet reflects
only counting errors since other errors should be correlated. For a
ratio involving different planchets, if QC limits are computed based on
total errors, the error for the ratio allows for the preparation errors
for the planchets.

The ratio is underlined (out of spec) if the absolute value of its
difference from the nominal value is greater than its error estimate.
If no nominal value is specified, this test is not done.

For Gross Alpha or Gross Beta results, there may be a column showing the
sum of other Alpha or Beta emitters. This sum includes all relevant
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METHOD SUMMARY

results in the DVD database, whether reported or not. Results in the

sum are weighted by a particles/decay value specified by the lab for

each relevant analyte. Results less than their MDA are not included.

No sums are computed for Lab Control, Method Blank or Matrix Spike

samples since their various planchets may no~t be physically related.

If a ratio of total isotopic to Gross Alpha or Beta is shown, the error

for the ratio reflects both the error in the Gross result and the sum,

as square root of sum of squares, of the errors in the isotopic results.

For total elemental uranium or thorium results, there may be a column

showing the total weight computed from associated isotopic results.

Ignoring results less than their MDAs, this is a weighted sum of the

isotopic results. The weights depend on the molecular weight and

half-life of each isotope so as to convert activities (decays) to weight

(atoms).

If a ratio of total computed to measured elemental uranium or thorium is

shown, the error for the ratio reflects the errors in all the

measurements.
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Thermoa NUtech - Richmond

SAMPLE RECEIPT CHECKLIST

SAMPLE RECEIPT

Client: $ ~ /_ -Date/Time received 2% 9 / I 6

CoC No. 9

Container I.D. No. Requested TAT (Days) P.O6-. Received Yes fINo f

INSPECTION

1. *Custody seals on shipping container intact? Yes [No [ I N/A

2. Custody seals on shipping container dated & signed? Yes [Vt/1 No [ I N/A I

3. Custody seals on sample containers intact? Yes No [ I N/A I

4. Custody seals on sample'containers dated & signed? Yes [1< No tI N/AE

5. Cooler Temperature: ______Packing material is:' Wet ] Dry E Ci
6. Number of samples in shipping container: ________

7. Number of containers per sample: _________(Or see CoG /
8. Paperwork agrees with samples? Yes tNof

9. Samples have: Tape [1I Hazard labels [IRad la betsf Appropriate sample labels

10. Samples are: In good condition [L4/' Leaking CIBroken Container CIMissing .

11. Describe any anomalies: _______________________________

13. Was P.M. notified of any anomalies? Yes [I No IIDate__________

14. Received by M~ '/~4~ Date: 9._Time:

LOGIN

TNU W.O. No. Group No. Client W.O. -No.

PROGRAM MANAGER

Sample holding times exceeded? Yes (I No I I

Client Notified: Name Date/time

Form SCP-O1.2, 11-06-98 "50 years of quality nuclear services"



Thermo NUtech - Richmond

SAMPLE RECEIPT CHECKLIST

SAMPLE RECEIPT

Client: ( 4 / /4 z4 Datelfime received 9 f

* CoC No.9

Container I.D. No. ZA' 3,?2 Requested TAT (Days) P.O. Received Yes tI No ii
INSPECTION

1. Custody seals on shipping container intact? Yes No( No N/A I

2. Custody seals on shipping container dated & signed? Yes [I No tI N/A I I

3. Custody seals on sample containers intact? Yes [ A/] No tI N/A C

4. Custody seals on sample'containers dated & signed? Yes [\/I Not I N/A (

5. Cooler Temperature: _______Packing material is:' Wet I Dry I

6. Number of samples in shipping container:

7. Number of containers per sample: _________(Or see CoC______

8. Paperwork agrees with samples? Yes 11< No(

9. Samples have: Tape IHazard labels I Rad labels I]Appropriate sample labels

10. Samples are: In good conditio 4/ Leaking IIBroken Container EIMissing I

11. Describ e any anomalies: _______________________________

13. Was P.M. notified of any anomalies? Yes I Not I Date_________

14. Received by 0 Q' 6 iiA 3  ae Time: 19

LOGIN

TNU W.O. No. Group No. Client W.0. -No.

PROGRAM MANAGER

Sample holding times exceeded? Yes tI No I

Client Notified: Name Date/time

Form SCP-01.2, 11-06-98 "50 years of quality nuclear services"



The rmo NUtech - Richmond

SAMPLE RECEIPT CHECKLIST

SAMPLE RECEIPT

Client: 4 / /$ ik/-a(?- Dateflime received __ __ __

CoC No.f, 0

Container l.D. No. Requ ested TAT (Days) P.O Received Yes I I No I I

INSPECTION

1 . Custody seals on shipping container intact? Yes NJI No I I N/A I

2. Custody seals on shipping container dated & signed? Yes No tI N/A II

3. Custody seals on sample containers intact? Yes No I] N/A I

4. Custody seals on sample'containers dated & signed? Yes t\K No I I N/A I I

5. Cooler Temperature: Packing material is:' Wet I I Dry tI

6. Number of samples in shipping container:

7. Number of containers per sample: _______(Or see CoC_____

8. Paperwork agrees with samples? Yes I V/1 Not 1I

9. Samples have: T ape[ [I Hazard labels[I Rad labels I I Appropriate sample labels

10. Samples are: In good condition Leaking I Broken Container I Missing I

11. Describe any anomalies:________________________________

13. Was P.M. notified of any anomalies? Yes I I Not Date __________

14. Received by t{Date:- 2~ Time: _ _ _ _

LOGIN

TNU W.O. No. Group No. Clet xW.0. -No.

PROGRAM MANAGER

Sample holding times exceeded? Yes tI No I

Client Notified: Name Date/time

Form SCP-O 1.2, 11-06-98 "50 years of quality nuclear services"



The rmo NUtech - Richmond

SAMPLE RECEIPT CHECKLIST

SAMPLE RECEIPT

Client: &~/QIDaterrnme received ~5,9lpe

Container l.D. No. Requested TAT (Days) P..Received Yes I INo I I
INSPECTION

1. Custody seals on shipping container intact? Yes [ "1 No C N/A [I]

2. Custody seals on shipping container dated & signed? Yes [ V1, No [ N/A [

3.. Custody seals on sample containers intact? Yes [ d No E N/A

4. Custody seals on sample'containers dated & signed? Yes [V/ No tI N/A I

5 ColrTemperature: Packing material is:' Wet I I Dry L-i'

6. Number of samples in shipping container: ___ 5_____

7. Number of containers per sample: _________(Or see CoC 17

8. Paperwork agrees with samples? Yes I V' Not

9. Samples have: T ape [ I Hazard labels I]Rad labels [ I Appropriate sample labels I 1/
10. -Samples are: In good condition 04' Leaking IIBroken Coniainer I Missing I

11. Describe any -anomalies: _______________________________

13. Was P.M. notified of any anomalies? Yes II No I Date __________

14. Received by MC 1 7 Date: - 2 . Time: ~ '

TNU W. No. roup OGWIN

LN .. No ru oGI Client . .No...

PROGRAM MANAGER

Sample holding times exceeded? Yes II No 1

Client Notified: Name Date/time

Form SCP-O1.2, 11-06-98 "50 years of quality nuclear services"



The rmo NUtech - Richmond

SAMPLE RECEIPT CHECKLIST

SAMPLE RECEIPT

Client: 1*ee :5 ! 2 -e-Date/ime received -,_

CoC No. q

Container I.0. No. Requested TAT (Days) P.O. Received Yes I I No (4

INSPECTION

1. Custody seats on shipping container intact? Yes No C I N/AE

2. Custody seats on shipping container dated & signed? Yes No [ I N/A I

3. Custody seals on sample containers intact? Yes tV No [I N/A

4. Custody seals on sample* containers dated &signed? YestLY No C I N/A [I

5. Cooler Temperature: ______Packing material is:' Wet [I Dry

6. Number of samples in shipping container:________

7. Number of containers per sample: _________(Or see CoC______

8. Paperwork agrees with samples? Yes 1 L No

9. Samples have: T ape [ I Hazard labels [IRad labels [ I Appropriate sample labels (4
10. Samples are: In good condition ("KLeaking [IBroken Container IIMissing I

11. Describe any anomalies:________________________________

13. Was P.M. notified of any anomalies? Yes tI Not Date__________

14. Received by Pteo~/l4~ Date' Time:

LOGIN

TNU W.O. No. Group No. Client WV.O. -No.

PROGRAM MANAGER

Sample holding times exceeded? Yes (I No

Client Notified: Name Date/time

Form SCP-O 1.2, 11-06-98 "50 years of quality nuclear services"



Thermo NUtech - Richmond

SAMPLE RECEIPT CHECKLIST

SAMPLE RECEIPT

Client: -k- -/4,(/ Z(-Daterrme received 9 ~ 9 ~

oC N o. 
% C 3 , i

container I.D. No. Requested TAT (Days] ?1-I P.O. Received Yes I INo

INSPECTION

1. Custody seals on shipping container intact? Yes M{4 No tI N/A

2. Custody seals on shipping container dated & signed? Yes (0No I I N/A[

3. Custody seals on sample containers intact? Yes l/i No E N/A

4. Custody seals on sample' containers dated & signed? Yes No, No N/A EI

5. Cooler Temperature: Packin 9 2terial isv Wet (I Dry

6. Number of samples in shipping container:

7. Number of containers per sample: _________(Or see CoC______

8. Paperwork agrees with samples? Yes[ NoE

9. Samples have: Tape I Hazard labels IIRad labels []Appropriate sample labels 41

10. Samples are: In good condition [I'Leaking [IBroken Container I Missing

11. Describe any anomalies: _______________________________

13. Was P.M. notified of any anomalies? Yes I] No[I I Date__________

14. Received by ( r o/eli 4&0- Date, ZfrJ9f-9 Time: 0-

'I LOGINCletWONo

TNU W.O. No. Group No. Cin ..- o

PROGRAM MANAGER

Sample holding times exceeded? Yes I No I

Client Notified: Name Date/time

Form SCP-01.2, 11-06-98 "50 years of quality nuclear services"



Thermo NUtech - Richmond

SAMPLE RECEIPT CHECKLIST

SAMPLE RECEIPT

Client:-. e4~c v f~ -a alie/ime received Y 9 / 'O

CoC No. r 3

Container l.D. No. Requested TAT (Days) P.O. Received Yes t I No (M

INSPECTION

1 . Custody seals on shipping container intact? Yes I 1.( No I NIA I

2. Custody seals on shipping container dated & signed? Yes INo t I N/A I

3. Custody seals on sample containers intact? Yes I V, No ( N/A

4. *Custody seals on sample'containers dated & signed? Yes E /i No C N/A I I

5. Cooler Temperature: ______Packing material is:' Wet (I Dry C

6. Number of samples in shipping container: ________

7. Number of containers per sample: __ _ _ _(Or see CoC t 7

8. Paperwork agrees with samples? Yes fk V No [

b. Samples have: T ape [ I Hazard labels I Rad labels [ I Appropriate sample labelsIL4

10. Samples are: In good condition[ItA Leaking I Broken Container ( Missing I

11. Describe, any anomalies: _______________________________

13. Was P.M. notified of any anomalies? Yes I No IIDate__________

1. Received by 1"~~O -4A~Date:._ _ _ ie 6'

LOGIN

TNU W.O. No. Group No. Client W.O. No.

PROGRAM MANAGER

Sample holding times exceeded? Yes I No I

Client Notified: Name Date/time

Form SOP-Ol .2, 11-06-98 "50 years of quality nuclear services"



Thermo NUtech - Richmond
A ThermoRetec Company

ICE CHEST RECEIPT LOG

Use one form per shipment. Refer to Thermometer Correction Log for correction factor.

Customer ______________ Date:____

Ice chest #
or description - 2

Thermometer: A9
time in________ ___

Thermometer:
time out_____

Thermometer
reading _____ _____

Thermometer 11
number /1
Correction
factor_______ ______ _______ ____ __

Actual
temperature*____________ _____ _____

Custody seals on ice
chest intact? _

C~istody seals /e _

dated_?___________

Custody seals
signed? _____ __________

Custody seals on
samples?

Ice chest scanned for
activity? __

*Temperature is in degrees centigrade.

Technician: ~

Comments:

Form SCP-01.1, 09-01-99 "50 years of quality nuclear services'



Thermo NUtech - Richmond
A ThermoRetec Company

ICE CHEST RECEIPT LOG

Use one form per shipment. Refer to Thermometer Correction Log for correction factor.

Cu stomr g h e r: / 7_ Date: __9

Ice chest #
or description3 _____

Thermometer: /C
time in _____

Thermometer: 9 t D
time out _____

Thermometer
reading______

Thermometer 19Y'
number____________

Correction
factor______

Actual
temperature*______ _____

Custody seals on ice
chest intact?____________

Custody seals
dated ?

Custody seals
signed?___________

Custody seals on
samples?____________

Ice chest scanned for es______
activity? ,____________

*Temperature is in degrees centigrade.

Technician: MCai

Comments:

Form SCP-01.1, 09-01-99 "50 years of quality nuclear services"



Thermo NUtech - Richmond
A ThermoRetec Company

ICE CHEST RECEIPT LOG

Use one form per shipment. Refer to Thermometer Correction Log for correction factor.

Customer: Date: _ _

Ice chest #
or description ___

The rmo meter:/9 '2
time in _____ _____ _____

Thermometer: /V~~$
time out _____ __________

Thermometer
reading _____

Thermometer /~I
number______________

Correction
factor___________ __

Actual
temperature*___________

Custody seals on ice
chest intact? _____

Custody seals
dated ? _____

Custody seals
signed? _____

Custody seals on
samples?______

Ice chest scanned for
activity?____

*Temperature is in degrees centigrade.

Technician: rV a1// P6 tC

Comments:

Form SCP-O 1.1, 09-01-99 '50 years of quality nuclear services"



Coptr ctr,pg 41 
CONTROL NO.

t~1r5 ,111V,9/~f~g/ OFFr-SITE 1To be obtained from PROPERTY MANAGEMENT)

/-//""tL ue- PROPERTY CONTROL -

PART I - TO BE COMPLETED BY ORIGINATOR

D t M.-JL Section Uni

The following items are to be shipped from Contractor Vendor

Routing ,L-w41repaid E] Collect

Shipped to .-~.14Y/E ~,]Off-site Custodian

Company2.3s iVbLz554v/&7-
Address

city )F//:-1/oolJ6 State Q4Zip Code 9/,1On-site Custodian Payroll No.

Country ' & 1d~±~

Oty. Property No. Description (include Manufactur& Name, Model, Serial No.). Acquisition Cost

v _ __ :7

SClassified LXJnclassified Shipped Under DOE Contract E] Shipped Under C ontractor's Use Permit Contract

Necessity for the off-site use of this property

flRequired for Project Work. List Project No. ________________

SBusiness Trip

SOff-site Assignment

~jShipment to Subcontractor. List Subcontract No._____________

~Other (Please specify) "SA"a 06 B~aLA ta6 A is Sla i 1Js

CERTIFICA TION OF THE R4DIA TION MONITORING RELEASE MUST BE SECURED THE SAME DA Y THA T MA TERIAL IS DELIVERED TO SHIPPING.

RM Clearance es RM Survey No. Date

Location of aN ortac% for operty (Name!hone No.! Zg.lArea)

Date Ready for Shipr ant Cost Code to be Charged Approximate Date Thi

k967 / Property will be Returned

Originated_Bay Date Auth ize y Date

Property Representative Signature Date P e rty Appr a Datea

PART 11 TO BE COMPLETED Y SHIP G

Authorized Sh ping Sign re VDate

DISTRIBUTION (AFTER FINAL SIGNATURES)

White - Property Management Yellow - Shipping Green - Accounts Payable Pink - Originator Goldenrod - Property Management

BC-6001-579 (011951



Coptrctor 44 -CONTROL NO.

11t1)1 AF /l/4~~tCAlI OFFSITE (To be obtained from PROPERTY MANAGEMENT]

/~~//A~L 6/u~cL5PROPERTY CONTROL/ 9-
PART I - TO BE COMPLETED BY ORIGINATOR

D rmejb ). .Ietn 
Unit

The following items are to be shipped from Co itractor Vendor.

Routing Xrraid Collect

Shipped to AlOff-ste Custodian

Company AO3 t- (-/ A' btdzc15 ,'c-6
Address

City F6 1V1OAJP6 State (/ Zip Code 9/i On-site C ustodian Payroll No.

Country & i1 fj_ _ _

Qty. Property No. Description (include Man ufacture Name, Model, Serial No.) Acquisition Cost

jFj Classified XUnclassified Shipped Under DOE Contract shipped under Contractor's Use Permit Contract

Necessity for the off-site use of this property.

FD Required for Project Work. List Project No. ________________

Fjj Business Trip

F Off-site Assignment

LI Shipment to Subcontractor. List Subcontract No. ______________

9Other (Please specify) L3 A iE ~ i, Ui

CERTIFICATION OF THERA DIATION MONITORING RELEASE MUSTEE SECURED THE SAME DAY THAT MATERIAL IS DELIVERED TO SHIPPING.

RM Clearance fr 7 At.eZ,, RM Survey No. Date

Location of ai4 Qontac for 'Pf-perty (Name hone No./p81d9 ./Area)

Date Re~dy for Shipr~ent / Cost Code to be Charged Approximate Date Thi

cq -7- 5?, el~5 I /_ Property will be Returned

Originated-By Date JAuth ize y Date

aelz
Property Representative Signature Date P oerty 'Appi a Date

PART 11 - TO BE COMPLETED 1Y SHIP G

Authorized SI-i ping S gn re VDate

DISTRIBUTION (AFTER FINAL SIGNATURES)

White - Property Management Yellow -Shipping Green - Accounts Payable Pink - Originator Goldenrod - Property Management7::

BC-6001.-579 (01/95)



C/nratr4/ FFST CONTROL NO.
OFF/SIL (ToA be otained from PROPERTY MANAGEMENT)

)/A't,~L~i~I~u',Z~5PROPERTY CO: ROL-

PART I -TO BE COMPL~ ED BY ORIGINATOR

> tre b~ *L *section Unit

The following items are to be shipped from Cotractor Vendor

Routing /~~~ ~~(Lrepaid flCollect
Shipped to '-7 '1i4 / VNI& 7_0 Al Off-s~la Custodian

Company 3 0 tW z 14- 1i-r iW b~tLa'z65 541(17 z
AddressOnstCutdaParlNo

City Fie !tVmolAJf State (1vZip Code7./1OnseCutdaPyrlNo

Country__ _ _ _ _ _ 5_ _ _

Oty. Property No. Description (include Mainufacture Name, Model, Serial No.) Acquisition Cost

___Y_ pt.6

E] Classified X~Jnclassified Shipped Under DOE Contract Shipped Under Contractor's Use Permit Contract

Necessity for the off-site use of this property

FD Required for Project Work. List Project No. ________________

LJBusiness Trip

SOff-site Assignment

SShipment to Subcontractor. List Subcontract No.______________

~Other (Please specify) S1I1-\ gqz_ BnQ (A 6 Ao L s i 4o -1

CERTIFICATION OF THE RADLA TION MONITORING RELEASE MUST BE SECURED THE SAME DAY THATMATERIAL IS DELIVERED To SHIPPING.

RM Clearance fr 7 ~~ RM Survey No. Date ~9

Location of a'tN-~ontac for F'rtperty (Name! hone No.lpldy./Area)

Date Ready for Shipr~ent 1'Cost Code to be Charged Approximate Data This

q7-z 0 6~717 Property will be Returned

Originated By Date Auth ize y Date

Property Representative Signature Date P0 erty Appr aV Date

PART 11 - TO BE COMPLETED Y SHIP G :

A t oi e h ping Signt re 

Date

DISTRIBUTION (AFTER FINAL SIGNATURES)

White - Property Management Yellow - Shipping Green - Accounts Payable Pink - Originator Goldenrod - Property Managemnt

- n C1- 0 f1 IC



KI 17
[Contractor CONTROL NO.

OFF-SITE (To be obtained from PROPERTY MAN -GEMENT)

lyllA4,,/le PROPERTY CONTROL /,; 9 ~-6.S
PART I - TO BE COMPLETED BY ORIGINATOR

rtment S ion!-t
/ -- - /,! 2

The following items are to be shipped from, / ~ Contractor Vendor

Routing ~ j Prepaid Collect

/Shipped to TIM1 /x(1EL/4,,{ Off-site Custodian

AuOn-site Custodian Payroll No.

City t cStt i Cd

Country PrpryeflZp o e ________________________

Oty. PrpryNo. Description (include Manufacture Name, Model, Serial No.) Acquisition Cost

a~n e Or, v-

Fj Classified Uclassified E] Shipped Under DOE Contract D Shipped Under Contractor's Use Permit Contract

Necessity for the off-site use of this property

[f] Required for Project Work. List Project No. ________________

F Business Trip

~jOff-site Assignment

fShip ment to Subcontractor. List Subcontract No.______________

0Ot h er (Ple as e sp ecifo e rjIr /f Iui A Ir Itr,, 4.-. 47 2 - 51

CER TIFICA TION OF THE RA DA TION MONITORING REL EA SE MUS T BE SECURED THE SA ME DA Y THA T M4ATERIA L IS DELIVERED TO SHIPPING.

RM Clearance for Public Release N1-IRM Survey No. N4Date //
Location of end Contact fo Prop erty (Name/Phone No./Bldg./Area)

0/,, 37 f /~z3s
Date/eady for Shipment -C'ost Code to be Chre Approximate Date This

~(~2 ~ Property will be Returned /
-~rgi~&e~ ~Date Aulrie By Date

Property Repr ese-nta gn ure Date P pe y M nt lDat
ygC

PART 11 TO BE COMPLETED BY S ING

Authoriz hi ing S* ')re U t <

DISTRIBUTION (AFTER FINAL SIGNATURES)

White - Property Management Yellow - Shipping Green - Accounts Payable Pink - Originator Goldenrod - Property Management

I BC-6001-579 (01/195)



,4,J~ ( 9 UC~ AJ/~//'CONTROL NO.

CopracorOFF-E (To be obtained from PROPERTY MA NAGCEMENT)

i5~i~/E PROPERTY *NTROL -(

PART I - TO BE C;. _ETED BY ORIGINATOR

tm S ~cc tio nUnit

1*4-L Ar~ ey Se'aiUn t

The following items are to be shipped from ' onlractor DVendor

Routing -~~4B 'epaid Collect

Shipped to / ,j4J1..iV&J.E 7-e C If-site Custodian

Company TL-o3C fiV~-{T bdIv. . 4V616Z
Address - st utda arl o

City F164IV1O/\JP6 State Zit Cutda Parl No.e(?71,

Country

Oty. Property N'o. Description (include Manufacture Name, Modal, Serial No.) Acquisition Cost

D_ __ P5 -7(--P_

ED L

SClassified XIU nclassified F Shipped Under DOE Contract DShipped under Contractor's Use Permit Contract

Necessity for the off-site use of this property

17 Required for Project Work. List Project No. _________________

F Business Trip

Fj Off-site Assignment

SShipment to Subcontractor. List Subcontract No.______________

CER TIFICA TION OF THE R DIA ITION MONITORING RELEA SE MUS T BE SECURED THE SA ME DA Y THA T MA TERIA L IS DELIVERED TO SHIPPING.

RM Clearance f r P!2 I lease RM Survey No. Date

Location ofa ntct for oparty (Name! hone No.1 1gArea)

Z7L-k
Date Ready for Ship a~nt 1' Cost Code to be Charged Approximate Date Thi

q J-z:, ~'2 /Property will be Returned

OriginatedBy Date Auth ize. y Date

Property Representative Signature Date P oerty M 'Appr a Dt

PART 11 - TO BE COMPLETED Y SHIP G

Authorized Sh ing S gn111111.1 re 
D t

DISTRIBUTION (AFTER FINAL SIGNATURES)

White - Property Management Yellow - Shipping Green - Accounts Payable Pink -Originator Goldenrod - Property Management
-~ A -- f lA IOCi



RECRA A35.,a
(P 5 LabNet

a division of Recra Environmental, Inc.i9

Virtual Laboratories Everywhere

Recra LabNet Philadelphia
Analytical Report '! a0

Client: TNU-HANFORD C99-045 W.O. # : 10985-001-001-9999-00
RFW#: 9910L276 Date Received: 10-02-99
SDG#: H0550
SAF#: C99-045

INORGANIC CASE NARRATIVE

1. This narrative covers the analyses of 7 water samples.

2. The samples were prepared and analyzed in accordance with the methods checked on the
attached glossary.

3. Sample holding times as required by the method and/or contract were met with the
exception of Nitrate and Nitrite which were received past hold and Total Organic Halides
(TOX) samples T0V459, T0V465 and T0V467 which were analyzed past hold.

4. The cooler temperatures were recorded on the chain-of-custody.

5. The method blanks were within method criteria.

6. The Laboratory Control Samples (LCS) were within the laboratory control limits. The
duplicate LCS were within the 20% Relative Percent Difference (RPD) control limit.

7. The matrix spike recoveries were within the 75-125 % control limits with the exception
of Total Organic Halides.

8. The replicate analyses were within the 20% RPD control limit.

(I2--Z
SJ. Michael Taylor Date

Vice President
Philadelphia Analytical Laboratory

njp&pef\ilO-276

The results presented in this report relate only to the analytical testing and conditions of the samples at receipt and during atorage. All pages of this report are
integral parts of the analytical data. Therefore, this report should only be reproduced in its entirety of 37 pages.

208 Welsh Pool Road * Lionville, PA 19341-1333 . (610) 280-3000 - Fax (610) 280-3041go



Recra LabNet Philadelphia
WET CHEMISTRY

METHODS GLOSSARY FOR WATER SAMPLE ANALYSIS
EPA /600 SW846 OTHER

Acipy 305.1
VA~klinty __Piarboate Carbnat ::/31.1

BOD __405.1 __5210B (b)
Ion Chormatograyhy:/

....rromide 4hloride %/4luoride /]300.0 9056
;.Nitrihophte V 00.0- 9056

: :Xulfate __Formate __Acetate __Oxalate *** .0o~ 9056
Chloride ___325.2 9251
Chorine, Residual __330.5 (mod)
Cyanide, Amenable to Chorination 335.2 9010OB
Cyanide, Total __335.2 9010B ___9014 _ ILMO4.O (e)
Cyanide, Weak Acid Dissociable 

_4 12 (a) __4500CN-1 (b
COD __41 0.4(mod) 5220C (b)
Color 

__110.2

Corrosivity by Coupon I I I0(mod)
Chromium VI 7196A __3500Cr-D (b)
Fluoride __340.2 _ 4500-FC
Hardness, Calcium ___215.2

Hardness, Total ___130.2

Iodide 
__ASTM D 19P202 (1)

Surctant p 25.1
vSNitrate-Nitrite -_Nitrate __Nitrite V353.2

Ammonia __350.3

Total Kjeldahl -Organic Nitrogen ___351.4

Total Organic -Inorganic Carbon __415.1 9060
Oil & Grease __413.1 9070

-pH _ pH; paper __150.1 9040B 9041A
Petroleum Hydrocarbons, Total Recoverable __418.1

Phenol __420.1 __420.2 _ 9065 __9066

__Ortla __Total Phosphate __365.2 _ 4500-P B __C

Salinity 2_ 10OA (a) __2520 (b)
Settleable Solids __160.5

Sulfide -3 376. 1 -376.2 -9030B3/9034 (acid soluble)
Reactive -Cyanide _Sulfide Section 7.3
Silica 

__370.1

Sulfite 
__377.1

Sulfate __375.4 ___9038

Specific Conductance __120.1 9050A
Specific Gravity D5057-90 __213E (a)
Syntheti crecipitation Leach /_ 1312
Total Dissolved ._Suspended __Solids 160 v. 1l .2 '.3

Total Organic Halides __450.1 900
Turbidity 

__180.1

Volatile Solids:
__Total __Dissolved -Suspended __160.4

Other: Method:

L-WI-034/A-06/99 002



Recra LabNet Philadelphia

METHOD REFERENCES AND DATA QUALIFIERS

DATA QUALIFIERS

U = Indicates that the parameter was not detected at or above the reported limit. The
associated numerical value is the sample detection limit.

*= Indicates that the original sample result is greater than 4x the spike amount added.

ABBREVIATIONS

MB Method or Preparation Blank.
NIS -Matrix pikc.MSD =Matrix Spike Duplicate.

REP =Sample Replicate
LC =Laboratory Control Sample.
NC =Not calculated.

A suffix of -R, -S, or -T following these codes indicate a replicate, spike or sample duplicate
analysis respectively.

ANALYTICAL WET CHEMISTRY METHODS

1. ASTM Standard Methods.

2. USEPA Methods for Chemical Analysis of Water and Wastes (USEPA 600/4-79-020).

3. Test Methods for Evaluatinp, Solid Waste (USEPA SW-846).

a. Standard Methods for the Examination of Water and Waste, 16 ed, (1983).

b. Standard Methods for the Examination of Water and Waste. 17 ed, (1989)/i 8ed
(1992).

c. Method of Soil Analysis. Part 1, Physical and Mineralogical Methods, 2nd ed,
(1986).

d. Method of Soil Analysis. Part 2, Chemical and Microbiological Properties, Am. Soc.
,Agron., Madison, WI (1965).

e. USEPA Contract Laboratory Program, Statement of Work for Inorganic Analysis.

f. Code of Federal Regulations.

L-WI-034/D..6/99
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Recra LabNet - Lioniville

INORGANICS DATA SUMMARY REPORT 11/30/99

CLIENT: TNU-HANFORD C99-045 RECRA LOT #: 9910L276
WORK ORDER: 10985-001-001-9999-00

REPORTING DILUTION
SAMPLE SITE ID ANALYTE RESULT UNITS LIMIT FACTOR

-002 T0V463 Alkalinity 139 MG/L 2.0 1.0

Chloride by IC 19.9 MG/L 1.0 4.0
Fluoride by IC 0.50 u MG/L 0.50 1.0

Nitrite by IC 0.25 u MG/L 0.25 1.0
Nitrate by IC 19 MG/L 1.0 4.0

Sulfate by IC 25.9 MG/L 2.0 4.0

Nitrate Nitrite 4.6 MG-N/L 0.20 10.0

Total Dissolved Solids 270 MG/L 5.0 1.0

Total organic Halides 12.0 u UG/L 12.0 1.0

-004 T0V469 Alkalinity 1.0 u MG/L 1.0 1.0

Chloride by IC 0.31 MG/L 0.25 1.0

Fluoride by IC 0.50 u MG/L 0.50 1.0

Nitrite by IC 0.25 u MG/L 0.25 1.0
Nitrate by IC 0.25 u MG/L 0.25 1.0

Sulfate by IC 0.50 u MG/L 0.50 1.0

Nitrate Nitrite 0.02 u MG-N/L 0.02 1.0
Total Dissolved Solids 6.0 MG/L 5.0 1.0
Total organic Halide. 12.0 u UG/L 12.0 1.0

-007 T0V457 Alkalinity 130 MG/L 2.0 1.0

Chloride by IC 28.1 MG/L 1.0 4.0

Fluoride by IC 0.50 u MG/L 0.50 1.0
Nitrite by IC 0.25 u MG/L 0.25 1.0

Nitrate by IC 140 MG/L 5.0 20
Sulfate by IC 31.3 MG/L 2.0 4.0

Nitrate Nitrite 33.0 MG-N/L 2.0 100

Total Dissolved Solid. 470 MG/L 5.0 1.0
Total Organic Halides 12.0 u UG/L 12.0 1.0

-009 T0V459 Alkalinity 122 MG/L 2.0 1.0

Chloride by IC 23.2 MG/L 1.0 4.0

Fluoride by IC 0.50 u MG/L 0.50 1.0
Nitrite by IC 0.25 u MG/L 0.25 1.0

Nitrate by IC 110 MG/L 5.0 20

Sulfate by IC 34.6 MG/L 10.0 20.0
Nitrate Nitrite 23.7 MG-NIL 2.0 100

Total Dissolved Solids 410 MG/L 5.0 1.0

Total organic Halides 12.0 u UG/L 12.0 1.0

004



Recra Lab~et -Lionville

INORGANICS DATA SUMMARY REPORT 11/30/99

CLIENT: TNU-HANPORD C99-045 RECRA LOT #t: 9910L276

WORK ORDER: 10985-001-001-9999-00

REPORTING DILUTION

SAMPLE SITE ID ANALYTE RESULT UNITS LIMIT FACTOR

-011 T0V461 Alkalinity 1.0 u MG/L 1.0 1.0

Chloride by IC 0.25 u MG/L 0.25 1.0

Fluoride by IC 0.50 u MG/L 0.50 1.0

Nitrite by IC 0.25 u MG/L 0.25 1.0

Nitrate by IC 0.25 u MG/L 0.25 1.0

Sulfate by IC 0.50 u MG/L 0.50 1.0

Nitrate Nitrite 0.02 u HG-N/L 0.02 1.0

Total Dissolved Solids S.0 u MG/L 5.0 1.0

Total organic Halides 12.0 u UG/L 12.0 1.0

-013 T0V465 Alkalinity 140 MG/L 2.0 1.0

Chloride by IC 18.9 MG/L 1.0 4.0

Fluoride by IC 0.50 u MG/L 0.50 1.0

Nitrite by IC 0.25 u MG/L 0.25 1.0

Nitrate by IC 19 MG/L 1.0 4.0

Sulfate by IC 25.8 MG/L 2.0 4.0

Nitrate Nitrite 4.5 MG-N/L 0.20 10.0

Total Dissolved Solids 280 MGIL 5.0 1.0

Total organic Halides 128 UG/L 12.0 1.0

-015 T0V467 Alkalinity 123 MG/L 2.0 1.0

Chloride by IC 26.3 MG/L 1.0 4.0

Fluoride by IC 0.50 u MG/L 0.50 1.0

Nitrite by IC 0.25 u MaIL 0.25 1.0

Nitrate by IC a5 MG/L 5.0 20

Sulfate by IC 32.5 MG/L 2.0 4.0

Nitrate Nitrite 20.0 MG-N/L 0.50 25.0

Total Dissolved Solid. 370 MG/L 5.0 1.0

Total organic Halides 206 UG/L 12.0 1.0

0o 0



Recra Lab~et - Lionville

INORGANICS METHOD BLANK DATA SUMMARY PAGE 11/30/99

CLIENT: TNU-HANFORD C99-045 RECRA LOT #: 9910L276

WORK ORDER: 10985-001-001-9999-00

REPORTING DILUTION
SAMPLE SITE ID ANALYTB RESULT UNITS LIMIT FACTOR

BLANK10 99LAK031-MB1 Alkalinity 1.0 u MG/L 1.0 1.0

BLANKIO 99LICB84-MBI Chloride by IC 0.25 u MG/L 0.25 1.0

Fluoride by IC 0.50 u MG/L 0.50 1.0

Nitrite by IC 0.25 u MG/L 0.25 1.0

Nitrate by IC 0.25 u MG/L 0.25 1.0

Sulfate by IC 0.50 u MG/L 0.50 1.0

BLANK10 99LN3048-MBI Nitrate Nitrite 0.02 u MG-NIL 0.02 1.0

BLANKl0 99LSS1C3-MB1 Total Dissolved Solids 5.0 u MG/L 5.0 1.0

BLANK1 99LX076-MBl Total Organic Halide. 12.0 u UG/L 12.0 1.0

BLANK1 99LX078-MBI Total Organic Halides 12.0 u UG/L 12.0 1.0

ELANK1 99LX079-MBI Total organic Halides 12.0 u UG/L 12.0 1.0

006



Recra LabNet - Lionville

IN4ORGANICS ACCURACY REPORT 11/30/99

CLIENT: THU-HANFORD C99-04S RECRA LOT #: 9910L276

WORK ORDER: 10985-001-001-9999-00

SPIKED INITIAL SPIKED DILUTION

SAMPLE SITE ID ANALYTE SAMPLE RESULT AMOUNT %RECOV FACTOR(SPK)

-002 TOV463 Alkalinity 249 139 100 109.8 1.0

-004 T0V469 Chloride by IC 4.8 0.31 5.0 89.7 1.0

Chloride by IC MSD 4.8 0.31 5.0 88.9 1.0

Fluoride by IC 10.3 0.00 10.0 102.7 1.0

Fluoride by IC MSD 10.1 0.00 10.0 101.3 1.0

Nitrite by IC 4.9 0.25u 5.0 97.4 1.0

Nitrite by IC MSD 4.9 0.25u 5.0 97.7 1.0

Nitrate by IC 4.7 0.25u 5.0 95.0 1.0

Nitrate by IC MSD 4.8 0.25u 5.0 95.1 1.0

Sulfate by IC 4.8 0.SOu 5.0 95.2 1.0

Sulfate by IC 14SD 4.7 0.SOu 5.0 94.5 1.0

-009 TOV459 Total organic Halides 66.3 0.0 50.0 132.6 1.0

-015 T0V467 Nitrate Nitrite 45.0 20.0 25.0 100 50.0

Nitrate Nitrite MSD 44.7 20.0 25.0 98.6 50.0

BLANKlO 99LAK031-MB1 Alkalinity 100 1.0 U 100 100.5 1.0

Alkalinity MSD 100 1.0 U 100 100 1.0

BLANK10 99LICB84-MB1 Chloride by IC 4.7 0.25u, 5.0 95.0 1.0

Fluoride by IC 10.4 0.SOu 10.0 104.1 1.0

Nitrite by IC 4.9 0.25u 5.0 97.3 1.0

Nitrate by IC 4.8 0.25u 5.0 96.5 1.0

Sulfate by IC 4.8 0.SOu 5.0 95.7 1.0

BLANK10 99LN3048-MBI Nitrate Nitrite 0.52 0.02u 0.50 103.2 1.0

Nitrate Nitrite MSD 0.50 0.02u, 0.50 100.8 1.0

BLANK10 99LS51C3-MB1 Total Diasolved Solids 100 5.0 U 100 102.0 1.0

Total Dissolved Solids 100 5.0 U 100 101.0 1.0

LCSl 99LX076-LCl Total Organic Halide. 53.5 12.0 u. 50.0 107.0 1.0

LCS1 99LX078-LCI Total organic Halides 45.2 12.0 u 50.0 90.4 1.0
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Recra LabN~t - Lionville

INORGANICS ACCURACY REPORT 11/30/99

CLIENT: TNU-HANFORD C99-045 RECRA LOT #: 9910L276

WORK ORDlER: 10965-001-001-9999-00

SPIKED INITIAL SPIKED DILUTION
SAMPLE SITE ID ANALYTE SAMPLE RESULT AMOUNT 14RECOV FACTOR(SPK)

LCS1 99LX079-LCl Total organic Halides 44.8 12.0 u 50.0 89.5 1.0
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Recra LabNet - Lionville

INORGANICS DUPLICATE SPIKE REPORT 11/30/99

CLIENT: TNU-HANFORD C99-04S RECRA LOT #: 991OL276

WORK ORDER: 10985-001-001-9999-00

SPIK8#1 SPIKE#2
SAMPLE SITE ID ANALYTE %RECOV %RECOV %DIFP

-004 TOV469 Chloride by IC 89.7 88.9 0.90

Fluoride by IC 102.7 101.3 1.3
Nitrite by IC 97.4 97.7 0.31

Nitrate by IC 95.0 95.1 0.11

Sulfate by IC 95.2 94.5 0.72

-015 T0V467 Nitrate Nitrite 100 98.6 1.4

BLANK10 99LAK031-MB1 Alkalinity 100.5 100 0.49

BLANK1O 99LN3048-14B1 Nitrate Nitrite 103.2 100.8 2.4

BLANK10 99LSSIC3-MBI Total Dissolved Solids 102.0 101.0 0.99
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Recra LabNot -Lionville

INORGA~NICS PRECISION REPORT 11/30/99

CLIENT: TNU-HANFORD C99-04S RECRA LOT #: 991OL276

WORK ORDER: 10985-001-001-9999-00

INITIAL DILUTION
SAMPLE SITE ID ANALYTH RESULT REPLICATE RPD FACTOR(REP)

-002REP TOV463 Alkalinity 139 142 2.0 1.0
-004REP TOV469 Chloride by IC 0.31 0.25u NC 1.0

Fluoride by IC 0.Sou 0.50u NC 1.0

Nitrite by IC 0.2Su 0.25u NC 1.0

Nitrate by IC 0.25u 0.25u NC 1.0

Sulfate by IC 0.5Ou 0.Sou NC 1.0
-009REP T0V459 Total Organic Halides 12.0 u 12.0 u NC 1.0
-015REP T0V467 Nitrate Nitrite 20.0 20.1 0.37 25.0

Total Dissolved Solids 370 370 1.9 1.0
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Recra LabNet - Lionville Laboratory
INORGANIC ANALYTICAL DATA PACKAGE FOR

TNU-HANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT # :9910L276

CLIENT ID /ANALYSIS RFW # MTX PREP # COLLECTION EXTR/PREP ANALYSIS

T0V463

ALKALINITY 002 W 99LAK031 09/28/99 10/05/99 10/05/99
ALKALINITY 002 REP W 99LAK031 09/28/99 10/05/99 10/05/99
ALKALINITY 002 MS W 99LAK031 09/28/99 10/05/99 10/05/99
CHLORIDE BY IC 002 W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 002 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 002 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 002 W 99LICB84 09/28/99 10/13/99 10/13/99
SULFATE BY IC 002 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE NITRITE 002 W 99LN3048 09/28/99 10/04/99 10/04/99
TOTAL DISSOLVED SOLI 002 W 99LSS1C3 09/28/99 10/04/99 10/05/99
TOTAL ORGANIC HALIDE 002 W 99LX076 09/28/99 10/24/99 10/25/99

TOV4 69

ALKALINITY 004 W 99LAK031 09/28/99 10/05/99 10/05/99
CHLORIDE BY IC 004 W 99LICB84 09/28/99 10/13/99 10/13/99
CHLORIDE BY IC 004 REP W 99LICB84 09/28/99 10/13/99 10/13/99
CHLORIDE BY IC 004 MS W 99LICB84 09/28/99 10/13/99 10/13/99
CHLORIDE BY IC 004 MSD W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 004 W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 004 REP W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 004 MS W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 004 MSD W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 004 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 004 REP W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 004 MS W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 004 MSD W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 004 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 004 REP W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 004 MS W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 004 MSD W 99LICB84 09/28/99 10/13/99 10/13/99
SULFATE BY IC 004 W 99LICB84 09/28/99 10/13/99 1/39
SULFATE BY IC 004 REP W 99LICB84 09/28/99 10/13/99 10/13/99
SULFATE BY IC 004 MS W 99LICB84 09/28/99 10/13/99 10/13/99
SULFATE BY IC 004 MSD W 99LICB84 09/28/99 10/13/99 10/13/99

011



Recra LabNet - Lionville Laboratory
INORGANIC ANALYTICAL DATA PACKAGE FOR

TNU-I{ANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT # :9910L276

CLIENT ID /ANALYSIS RFW # MIX PREP # COLLECTION EXTR/PREP ANALYSIS

NITRATE NITRITE 004 W 99LN3048 09/28/99 10/04/99 10/04/99
TOTAL DISSOLVED SOLI 004 W 99LSS1C3 09/28/99 10/04/99 10/05/99
TOTAL ORGANIC HALIDE 004 W 99LX076 09/28/99 10/24/99 10/25/99

T0V457

ALKALINITY 007 W 99LAK031 09/28/99 10/05/99 10/05/99
CHLORIDE BY IC 007 W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 007 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 007 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 007 W 99LICB84 09/28/99 10/13/99 10/13/99
SULFATE BY IC 007 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE NITRITE 007 W 99LN3048 09/28/99 10/04/99 10/04/99
TOTAL DISSOLVED SOLI 007 W 99LSS1C3 09/28/99 10/04/99 10/05/99
TOTAL ORGANIC HALIDE 007 W 99LX076 09/28/99 10/24/99 10/25/99

T0V459

ALKALINITY 009 W 99LAK031 09/28/99 10/05/99 10/05/99
CHLORIDE BY IC 009 W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 009 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 009 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 009 W 99LICB84 09/28/99 10/13/99 10/13/99
SULFATE BY IC 009 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE NITRITE 009 W 99LN3048 09/28/99 10/04/99 10/04/99
TOTAL DISSOLVED SOLI 009 W 99LS1C3 09/28/99 10/04/99 10/05/99
TOTAL ORGANIC HALIDE 009 W 99LX078 09/28/99 11/08/99 11/08/99
TOTAL ORGANIC HALIDE 009 REP W 99LX078 09/28/99 11/08/99 11/08/99
TOTAL ORGANIC HALIDE 009 MS W 99LX078 09/28/99 11/08/99 11/08/99

T0V461

ALKALINITY 011 W 99LAK031 09/28/99 10/05/99 10/05/99
CHLORIDE BY IC 011 W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 01l W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 011 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 01l W 99LICB84 09/28/99 10/13/99 10/13/99
SULFATE BY IC 011 W 99LICB84 09/28/99 10/13/99 10/13/99

012



Recra Lab~et - Lionville Laboratory
INORGANIC ANALYTICAL DATA PACKAGE FOR

ThU-HANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT # :9910L276

CLIEN'T ID /ANALYSIS RFW # MTX PREP # COLLECTION EXTR/PREP ANALYSIS

NITRATE NITRITE 011 W 99LN3048 09/28/99 10/04/99 10/04/99
TOTAL DISSOLVED SOLI 011 W 99LS51C3 09/28/99 10/04/99 10/05/99
TOTAL ORGANIC HALIDE 011 W 99LX079 09/28/99 11/08/99 11/08/99

TOV4 65

ALKALINITY 013 W 99LAK031 09/28/99 10/05/99 10/05/99
CHLORIDE BY IC 013 W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 013 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 013 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 013 W 99LICB84 09/28/99 10/13/99 10/13/99
SULFATE BY IC 013 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE NITRITE 013 W 99LN3048 09/28/99 10/04/99 10/04/99
TOTAL DISSOLVED SOLI 013 W 99LSSlC3 09/28/99 10/04/99 10/05/99
TOTAL ORGANIC HALIDE 013 W 99LX079 09/28/99 11/08/99 11/08/99

TOV4 67

ALKALINITY 015 W 99LAK031 09/28/99 10/05/99 10/05/99
CHLORIDE BY IC 015 W 99LICB84 09/28/99 10/13/99 10/13/99
FLUORIDE BY IC 015 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRITE BY IC 015 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE BY IC 015 W 99LICB84 09/28/99 10/13/99 10/13/99
SULFATE BY IC 015 W 99LICB84 09/28/99 10/13/99 10/13/99
NITRATE NITRITE 015 W 99LN3048 09/28/99 10/04/99 10/04/99
NITRATE NITRITE 015 REP W 99LN3048 09/28/99 10/04/99 10/04/99
NITRATE NITRITE 015 MS W 99LN3048 09/28/99 10/04/99 10/04/99
NITRATE NITRITE 015 MSD W 99LN3048 09/28/99 10/04/99 10/04/99
TOTAL DISSOLVED SOLI 015 W 99LS51C3 09/28/99 10/04/99 10/05/99
TOTAL DISSOLVED SOLI 015 REP W 99LS51C3 09/28/99 10/04/99 10/05/99
TOTAL ORGANIC HALIDE 015 W 99LX079 09/28/99 11/08/99 11/08/99

LAB QC:

ALKALINITY MB1 W 99LAK031 N/A 10/05/99 10/05/99
ALKALINITY MB1 BS W 99LAK031 N/A 10/05/99 10/05/99
ALKALINITY MB1 BSD W 99LAK031 N/A 10/05/99 10/05/99
CHLORIDE BY IC MB1 W 99LICB84 N/A 10/13/99 10/13/99
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Recra LabNet - Lionville Laboratory
INORGANIC ANALYTICAL DATA PACKAGE FOR

TNU-HANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT # :9910L276

CLIENT ID /ANALYSIS RFW # MTX PREP # COLLECTION EXTR/PREP ANALYSIS

CHLORIDE BY IC MB1 BS W 99LICB84 N/A 10/13/99 10/13/99
FLUORIDE BY IC MB1 W 99LICB84 N/A 10/13/99 10/13/99
FLUORIDE BY IC MB1 BS W 99LICB84 N/A 10/13/99 10/13/99
NITRITE BY IC MB1 W 99LICB84 N/A 10/13/99 10/13/99
NITRITE BY IC MB1 BS W 99LICB84 N/A 10/13/99 10/13/99
NITRATE BY IC MB1 W 99LICB84 N/A 10/13/99 10/13/99
NITRATE BY IC MB1 BS W 99LICB84 N/A 10/13/99 10/13/99
SULFATE BY IC MB1 W 99LICB84 N/A 10/13/99 10/13/99
SULFATE BY IC MB1 BS W 99LICB84 N/A 10/13/99 10/13/99
NITRATE NITRITE MB1 W 99LN3048 N/A 10/04/99 10/04/99
NITRATE NITRITE MB1 BS W 99LN3048 N/A 10/04/99 10/04/99
NITRATE NITRITE MB1 BSD W 99LN3048 N/A 10/04/99 10/04/99
TOTAL DISSOLVED SOLI MB1 W 99LSS1C3 N/A 10/04/99 10/05/99
TOTAL DISSOLVED SOLI MB1 BS W 99LSS1C3 N/A 10/04/99 10/05/99
TOTAL DISSOLVED SOLI MB1 BSD W 99LSS1C3 N/A 10/04/99 10/05/99
TOTAL ORGANIC HALIDE LC1 BS W 99LX076 N/A 10/24/99 10/24/99
TOTAL ORGANIC HALIDE MB1 W 99LX076 N/A 10/24/99 10/24/99
TOTAL ORGANIC HALIDE LC1 BS W 99LX078 N/A 11/08/99 11/08/99
TOTAL ORGANIC HALIDE MB1 W 99LX078 N/A 11/08/99 11/08/99
TOTAL ORGANIC HALIDE LC1 BS W 99LX079 N/A 11/08/99 11/08/99
TOTAL ORGANIC HALIDE MB1 W 99LX079 N/A 11/08/99 11/08/99
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PAGE 1. Thermo NUtech CHAIR OF CUSTODY ORD # N9-09-206
09/30/99 12:56:29 WORK 31D: SAP C99-045/SDG H0550

RCVD: 09/29/99 DUE: 11/13/99 so(, {qo&.50 KEEP: 11/12/00 DISP:*S

DASH SAMPLE IDENTIFICATION STORED TESTS
O1A-W T0V462 (F) SCA-2 IDISPOS WBO28 WB043 WB133

02A-W T0V463 SCA-2 DISPOS WBO28 WB043 WB133 WB202 WB238 WB337

IWB464 WB468 WB503
. . . . . . . . . . . . . . . . . . . . . . . .........................................................
02B-W T0V463 MS SCA-2 IWBO28 WBO43WB133 WB202 WB238 W337 WB464

WB468 WB503
. . . . . . . . . . . . . . . . . . . . . . . .........................................................
02C-W T0V463 DUP SCA-2 IWBO28 WB43 WB133 WB202 WB238 W337 WB464

IWB468 WB503

03A-W T0V464 (F) SCA-2 IDISPOS WB028 WB043 WB133

04A-W TOV465 SCA-2 IDISPOS WB028 WB043 WB133 WB202 WB238 WB337

WB464 WB468 WB503

05A-W TOV466 (F SCA-2 IDISPOS WB028 WB043 WB133

OEA-W T0V467 SCA-2 DISPOS WB028 WB043 WB133 WB202 WB238 WB337

IWB464 WB468 WB503

07A-W TOV468 (F) SCA-2 DISPOS WB028 WB043 WB133

OBA-W T0V469 SGA-2 DISPOS WBO28 WB043 WB133 WB202 WB238 WB337

WB464 WB468 WB503

09A-W T0V458 (F) SCA-2 DISPOS WB028 WB043 WB133

1CA-W T0V459 SCA-2 DISPOS WBO28 WB043 WB133 WB202 WB238 WB337

WB464 WB468 WB503

11A-W TOV460 (F) SCA-2 DISPOS WB028 WB043 WB133

12A-W T0V461 SCA-2 IDISPOS WB028 WB043 WB133 WB202 WB238 WB337

IWB464 WB468 WB503

13A-W TOV456 (F) SCA-2 I DSPOS WB028 WB043 WB133

14A-W TOV457 SCA-2 IDISPOS WB028 WB043 WB133 WB202 WB238 WB337

IWB464 WB468 WB503

15A-W BOWBC7 SCA-2 IDISPOS WB202 -

16A-W BOWBCB SCA-2 IDISPOS WB202

17A-W BOWBC9 SCA-2 DISPOS WB202

18A-W BOWEDO SCA-2 IDISPOS WB202

RELEASED BY DATE TRANSFERRED TO DATE RECEIVED BY DATE

035



PACE 1 Thermo NUtech WORK SEET ORD # N9-09-206
CLIENT: WIESHANUFORD CON: KCJ 5D&.. I(N)S-1 CAT: ENVWT RCVD: 09/29/99 DUE: 11/13/99

PROX: WHC EHI 09/30/99 12:56:14 STAT: TRANSKITTED 09/30/99

DASH SASJIPLE IDENTIFICATION STORED DEPT START DUE 'BY TESTS, FRACTIONSI
O1A-W TOV462 (F) SCA-2 Co 09/29 09/29 IDISPOS

SU WT 09/27 11/06 IWB028 WB043 WB133

02A-W T0V463 SCA-2 Co 09/29 09/29 IDISPOS

SUJ WT 09/27 11/06 WB028 WB043 WB133 WB202

10/04 11/13 IWB238 WB337 WB464 WB468 WB503

02B-W T0V463 MS SCA-2 SU WT 09/27 11/06 IWB028 WB043 WB133 WB202

10/04 11/13 IWB238 WB337 WB464 WB468 WB503

02C-W T0V463 DUP SCA-2 SU WT 09/27 11/06 IWBO28 WB043 WB133 WB202

10/04 11/13 IWB238 WB337 WB464 WB468 WB503

03A-W T0V464 (F) SCA-2 CO 09/29 09/29 IDISPOS

SU WT 09/27 11/06 IWB028 WB043 WB133

04A-W T0V465 SCA-2 Co 09/29 09/29 IDISPOS

SU WT 09/27 11/06 IWB028 WB043 WB133 WB202

10/04 11/13 WB238 WB337 WB464 WB468 WB503

05A-W T0V466 (F) SCA-2 Co 09/29 09/29 IDISPOS
SU WT 09/27 11/06 IWB028 WB043 WB133

06A-W T0V467 SCA-2 Co 09/29 09/29 IDISPOS

SU WT 09/27 11/06 IWB028 WB043 WB133 WB202

10/04 11/13 WB238 WB337 WB464 WB468 WB503

07A-W T0V468 (F) SCA-2 CO 09/29 09/29 IDISPOS

SU WT 09/27 11/06 IWB028 WB043 WB133

08A-W T0V469 SCA-2 CO 09/29 09/29 IDISPOS
SU WT 09/27 11/06 I-WB028 WB043 WB133 WB202

10/04 11/13 IWB238 WB337 WB464 WB468 WB503

09A-W T0V458 (F) SCA-2 CO 09/29 09/29 IDISPOS

SU WT 09/27 11/06 IWB028 WB043 WB133

1OA-W T0V459 SCA-2 CO 09/29 09/29 jDISPOS

SU WT 09/27 11/06 IWBO28 WB043 WB133 WB202

10/04 11/13 IWB238 WB337 WB464 WB468 WB503

11A-W T0V460 (F) SCA-2 CO 09/29 09/29 jDISPOS

SU WT 09/27 11/06 IWB028 WB043 WB133

12A-i4 TOV461 SCA-2 CO 09/29 09/29 IDISPOS

SU WT 09/27 11/06 WB028 WB043 WB133 WB202

10/04 11/13 IWB238 WB337 WB464 WB468 WB503

13A-W T0V456 (F) SCA-2 CO 09/29 09/29 IDISPOS

SU WT 09/27 11/06 IWBO28 WB043 WB133

14A-W T0V457. SCA-2 CO 09/29 09/29 IDISPOS 0-



PAGE 2 Thermio NUtech WORK SHEET ORD # N9-09-206
CLIENT: MRSHANFORD CON: KCJ DCAT: EN1VT RCVD: 09/29/99 DUE: 11/13/99

PROJ: NHC Eal 09/30/99 12:56:14 STAT: TRANSMITTED 09/30/99

DASH SAMPLE IDENTIFICATION STORED -DEPT START DUE BYTES FRCIN /
SU WT 09/27 11/06 IWB028 WB043 WB133 WB202

10/04 11/13 IWB238 WB337 WB464 WB468 WB503

15A-W BOWBC7 SCA-2 CO 09/29 09/29 IDISPOS

SWT 09/27 11/06 IWB202
16A-W BOWBC8 SCA-2 CO 09/29 09/29 jDISPOS

SU WT 09/27 11/06 WB202

17A-W BOWBC9 SCA-2 CO 09/29 09/29 fDISPOS
SU WT 09/27 11/06 IWB202

18A-W BOWEDO SCA-2 CO 09/29 09/29 IDISPOS
SU WT 09/27 11/06 IWB202

======== ===.==== .1 S



f~ RECRA
LabNet%235

a division of Recra Environmental, Inc.

Virtual Laboratories Everywhere c1 0

Recra LabNet Philadelphia
Analytical Report 0? L~

S Og/17

Client: TNU-HAINFORD C99-045 WON#:10985-001-01-9999-00is e!LZ06r'
RFW#: 9910L276 Date Received: 10-02-99 L Z
SDG/SAF#: H0550/C99-045

MIETAILS CASE NARRATIVE

1. This narrative covers the analyses of 14 water samples.

2. The samples were prepared and analyzed in accordance with methods checked on the attached
glossary.

3. All analyses were performed within the required holding times.

4. The cooler temperature has been recorded on the Chain of Custody.

5. All Initial and Continuing Calibration Verifications (ICV/CCVs) were within the 90-110%
control limits (80-120% for Mercury).

6. All Initial and Continuing Calibration Blanks (ICB/CCB s) were within control limits (less than
the PQL).

7. All preparation/method blanks (MB) were within method criteria {less than the Practical
Quantitation Limit (3X the IDL) or samples greater than 20X MB value}. Refer to the
Inorganics Method Blank Data Summary.

8. All ICP Interference Check Standards were within control limits.

9. All laboratory control samples (LCS) were wAithin the laboratory control limits. Refer to the
Inorganics Laboratory Control Standards Report.

10. All matrix spike (MS) recoveries were within the 75-125% control limits. Refer to the
Inorganics Accuracy Report.

11. The duplicate analyses for 3 analytes were outside the 20% Relative Percent Difference (RPD)
control limits. Refer to the Inorganics Precision Report.

The results presented in ths report relate only to the anialytical testing wa conditions of the saseples at receipt and dur*n sorage. All pages of thiis report are initegral pars

of the analytical data. Thlerefore, this repost should only be reproduced in its entirety of 35 2k pag.

208 Welsh Pool Road - Lionville, PA 19341-1333 0 (610) 280-3000 - Fax (610) 280-3041 00(11



12. For the purposes of this report, the data has been reported to the Instrument Detection Limit
(IDL). Values between the IDL and the Practical Quantitation Limit (PQL) are acquired in a
region of less-certain quantification.

~/J. Mchael Taylor Date
Vice President
Philadelphia Analytia Laboratory

mld/mIO-276

- 002



METALS METHOD GLOSSARY

The following methods are used as reference for the digestion and analysis of samples contained within this
Recra Lot#: 9 9I/C0LQa74,

Leaching Procedure: 1310 1311 1312 __Other:

CLP Metals - Digestion and _ Analysis Methods: __ILMO3.0 __LLMO4.0

Metals Digestion Methods: __O5A -3010A 3015 _3020A _3050A 3051 200.7 55S17
-Other:_________

Metals Analysis Methods
EPA

SW846 EPA STD MTD OSWR USATHAMA
Aluminum _6010B 200.7 99
Antimony _6 lB 70415 200.7 204.2 99
Arsenic L60J013 __7060A 5 200.7 -206.2 _3113B 99
Barium lO66B 200.7 99
Beryllium 6010OB 200.7 99
Bismuth _6010B 1200.7' 1620 99
Boron _6010B .- 200.7 99
Cadmium _6010B _7131A'5 200.7 213.2 99
Calcium _6) OB 200.7 99
Chromium 60O10B -7191' 200.7 218.2 55S17
Cobalt _6010B -200.7 99
Copper _6010B 7211' 200.7 220.2 99
Iron __10lB 200.7 99
Lead 2[6010B -7421' 200.7 -239.2 _3113B 99
Lithium _6010B -7430' 200.7 1620 99
Magnesium _6010B 200.7 99
Manganese _6010B -200.7 99
Mercury _7470A 3_7471A 3 245. 12__245.52 99
Molybdenum _6010B 200.7 99
Nickel _6010B -200.7 99
Potassium _6010B 761 04 200.7 258. 14 99
Rare Earths .... A1 OB 1 200.7 1 1620 99
Selenium -/6010B -7740' -200.7 -270.2 _3113B 99
Silicon _6010B 1 200.7 1620 99
Silica _6010B -200.7 1620 ,99
Silver 6010B 7761' 200.7 272.2 99
Sodium _6010B -77704 200.7 -273 .14 99
Strontium _6010B -200.7 99
Thallium _6 10B 7841' 200.7 279.2__200.9 99
Tin .76010B 200.7 99
Titanium _6010B 200.7 99
Uranium 6 10B' 200.7 ' 1620 99
Vanadium _6nO 200.7 99
Zinc, _6010B 200.7 99
Zirconium _6010B' 200.7 1 1620 99

Other:__ __ Method: 003
L-WI-033/M-03M9



METHOD REFERENCES AND DATA QUALIFIERS

DATA QUALIFIERS

U = Indicates that the parameter was not detected at or above the reported limit. The
associated numerical value is the sample detection limit.

*= Indicates that the original sample result is greater than 4x the spike amount added.

ABBREVIATIONS

MB =Method or Preparation Blank.
MS = Matrix Spike.
MSD = Matrix Spike Duplicate.
REP = Sample Replicate
LCS = Laboratory Control Sample.
NC = Not calculated.

ANALYTICAL METAL METHODS

1. Not included in the method element list.

2. Modified Hg: Hgl and Hg2 require less total volume of digestate due to the
autosampler analysis. Sample volumes and reagents for mercury determinations in
water and soil have been proportionately scaled down to adapt to this semni-
automated technique. The sample volume used for water analysis is 33 mL. For
soils, 0. 1 grams of sample is taken to a final volume of 50 mL (including all
reagents).

3. Modified Hg: HglI and Hg2 require less total volume of digestate due to the
autosampler analysis. Sample volumes and reagents for mercury determinations in
water and soil have been proportionately scaled down to adapt to this semi-
automated technique. The sample volume used for water analysis is 33 mL. For
soils, three 0. 1 gram of sample is taken to a final volume of 50 mL (including all
reagents).

4. Flame AA.

5. Graphite Furnace AA.

RFW 21-2 1L-03 31N- 10/96

004



Rocra LabNet - Lionville

INORGANICS DATA SUMMARY REPORT 10/27/99

CLIENT: TNU-HANFORD C99-045 RECRA LOT #: 991OL276

WORK ORDER: 10985-001-001-9999-00

REPORTING DILUTION

SAMPLE SITE ID ANALYTE RESULT UNITS LIMIT FACTOR

-002 TOV463 Arsenic, Total 5.0 UG/L 3.3 1.0

Barium, Total 41.5 UG/L 0.30 1.0

Chromium, Total 15.7 UG/L 0.90 1.0

Lead, Total 2.1 ui UG/L 2.1 1.0

Selenium, Total 3.7 u UG/L 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 29.2 UG/L 0.60 1.0

Zinc, Total 3.5 UG/L 0.80 1.0

-003 T0V462 Arsenic, Total 3.3 u UG/L 3.3 1.0

Barium, Total 40.3 UG/L 0.30 1.0

Chromium, Total 14.8 UG/L 0.80 1.0

Lead, Total 2.1 u UG/L 2.1 1.0

Selenium, Total 3.7 u UG/L 3.7 1.0

Tin, Total 2.1 uU traL 2.1 1.0

Vanadium, Total 28.7 UG/L 0.60 1.0

Zinc, Total 2.9 traiL 0.80 1.0

-004 TOV469 Arsenic, Total 3.3 u UG/L 3.3 1.0

Barium, Total 0.72 UG/L 0.30 1.0

chromium, Total 0.80 u traiL 0.80 1.0

Lead, Total 2.1 ui UG/L 2.1 1.0

Selenium, Total 3.7 u UG/L 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 0.60 u trolL 0.60 1.0

Zinc, Total 4.6 UG/L 0.80 1.0

0o0



Recra Lab~ot - Lionville

INORGANICS DATA SUMMARY REPORT 10/27/99

CLIENT: TNW-HANFORD C99-045 RECRA LOT #: 9910L276

WORK ORDER: 10985-001-001-9999-00

REPORTING DILUTION

SAMPLE SITE ID ANALYTE RESULT UNITS LIMIT FACTOR

-005 T0V468 Arsenic, Total 3.3 u UG/L 3.3 1.0

Barium, Total 0.42 UG/L 0.30 1.0

Chromium, Total 0.80 u UG/L 0.80 1.0

Lead, Total 2.1 u UG/L 2.1 1.0

Selenium, Total 3.7 ui UG/L 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 0.60 u UG/L 0.60 1.0

Zinc, Total 0.92 UG/L 0.80 1.0

-006 T0V456 Arsenic, Total 3.3 uUG/~L 3.3 1.0

Barium, Total 69.8 PG/L 0.30 1.0

Chromium, Total 3.1 UlL 0.80 1.0

Lead, Total 2.4 UG/L 2.1 1.0

Selenium, Total 4.6 PGlL 3.7 1.0

Tin, Total 2.1 u PG/L 2.1 1.0

Vanadium, Total 23.5 PG/L 0.60 1.0

Zinc, Total 350 UG/L 0.80 1.0

-007 T0V457 Arsenic, Total 3.3 ii UG/L 3.3 1.0

Barium, Total 69.9 PGlL 0.30 1.0

Chromium, Total 3.7 UlL 0.80 1.0

Lead, Total 2.9 UlL 2.1 1.0

Selenium, Total 4.6 UlL 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 23.4 UL 0.60 1.0

Zinc, Total 400 PG/L 0.80 1.0

006



Recra LabNot - Lionville

INORGANICS DATA SUMMARY REPORT 10/27/99

CLIENT: TNtJ-HANFORD C99-045 RECRA LOT #: 9910L276

WO0RK ORDER: 10985-001-001-9999-00

REPORTING DILUTION

SAMPLE SITE ID ANALYTE RESULT UNITS LIMIT FACTOR

-008 T0V458 Arsenic, Total 3.3 u UG/L 3.3 1.0

Barium, Total 75.6 UG/L 0.30 1.0

chromium, Total 4.4 UG/L 0.80 1.0

Lead, Total 6.7 UG/L 2.1 1.0

Selenium, Total 7.3 UG/L 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 26.4 UG/L 0.60 1.0

Zinc, Total 0.80 u U/L 0.80 1.0

-009 T0V459 Arsenic, Total 3.3 u UG/L 3.3 1.0

Barium, Total 77.0 U/L 0.30 1.0

chromium, Total 13.5 UlL 0.80 1.0

Lead, Total 2.1 u U/L 2.1 1.0

Selenium, Total 3.7 u U/L 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 26.9 U/L 0.60 1.0

Zinc, Total 0.80 u U/L 0.80 1.0

-010 T0V460 Arsenic, Total 3.3 u UG/L 3.3 1.0

Barium, Total 0.92 tU/L 0.30 1.0

chromium, Total 0.80 u UL 0.80 1.0

Lead, Total 2.1 u UU/L 2.1 1.0

Selenium, Total 3.7 u UlL 3.7 1.0

Tin, Total 2.1 u U/L 2.1 1.0

Vanadium, Total 0.60 u UlL 0.60 1.0

Zinc, Total 1.4 UL 0.80 1.0



Recra Lab~st - Lionville

INORGANICS DATA SUMM(ARY REPORT 10/27/99

CLIENT: TNU-HANFORD C99-045 RECRA LOT #*: 9910L276

WORK ORDER: 10985-001-001-9999-00

REPORTING DILUTION

SAMPLE SITE ID ANALYTE RESULT UNITS LIMIT FACTOR

-011 T0V461 Axsenic, Total 3.3 u UG/L 3.3 1.0

Barium, Total 0.41 UG/L 0.30 1.0

Chromium, Total 0.80 u UG/L 0.80 1.0

Load, Total 2.1 u UG/L 2.1 1.0

Selenium, Total 3.7 u UQ/L 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 0.60 u UG/L 0.60 1.0

Zinc, Total 0.80 u UG/L 0.80 1.0

-012 T0V464 Arsenic, Total 3.3 u UlL 3.3 1.0

Barium, Total 40.2 UlL 0.30 1.0

Chromium, Total 14.8 UL 0.80 1.0

Lead, Total 4.0 UL 2.1 1.0

Selenium, Total 5.2 UL 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 28.6 UlL 0.60 1.0

Zinc, Total 3.5 U/L 0.80 1.0

-013 T0V465 Arsenic, Total 3.3 u U/L 3.3 1.0

Barium, Total 39.9 U/L 0.30 1.0

Chromium, Total 15.4 U/L 0.80 1.0

Lead, Total 2.1 u U/L 2.1 1.0

Selenium, Total 5.6 U/L 3.7 1.0

Tin, Total 2.1 u UlL 2.1 1.0

Vanadium, Total 28.9 UlL 0.60 1.0

Zinc, Total 3.3 U/L 0.80 1.0

008



Recra LabNet -Lionville

INORGANICS DATA SUMM(ARY REPORT 10/27/99

CLIENT: TNU-HANFORD C99-045 RECRA LOT i:9910L276

WORK ORDER: 10985-001-001-9999-00

REPORTING DILUTION

SAM4PLE SITE ID ANALYTE RESULT UNITS LIMIT FACTOR

-014 T0V466 Arsenic, Total 3.3 u UG/L 3.3 1.0

Barium, Total 54.1 UO/L 0.30 1.0

chromium, Total 2.5 UG/L 0.80 1.0

Lead, Total 49.2 UG/L 2.1 1.0

Selenium, Total 3.7 u UG/L 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 17.5 UG/L 0.60 1.0

Zinc, Total 215 UG/L 0.80 1.0

-015 T0V467 Arsenic, Total 3.3 u UG/L 3.3 1.0

Barium, Total 59.7 UG/L 0.30 1.0

Chromium, Total 6.0 UG/L 0.80 1.0

Lead, Total 2.1 u UG/L 2.1 1.0

Selenium, Total 4.1 UG/L 3.7 1.0

Tin, Total 2.1 u UG/L 2.1 1.0

Vanadium, Total 25.4 UG/L 0.60 1.0

Zinc, Total 432 UG/L 0.80 1.0



Rooma Lab~at - Lionville

INORGANICS METHOD BLANK DATA SUMMARY PAGE 10/27/99

CLIENT: TNU-HANqFORD C99-045 RECRA LOT #t: 9910L276

WORK ORDER: 10985-001-001-9999-00

REPORTING DILUTION

SAMPLE SITE ID ANALYTE RESULT UNITS LIMIT FACTOR

----------------------------------------------------------------------------------------------------------

ELANKI 99L0711-MBI Arsenic, Total 3.3 ui UO/L 3.3 1.0

Barium, Total 0.68 UG/L 0.30 1.0

Chromium, Total 0.90 u UtJ/L 0.80 1.0

Lead, Total 2.1 u UG/L 2.1 1.0

Selenium, Total 3.7 u WI/L 3.7 1.0

Tin, Total 2.1 u UGlL 2.1 1.0

Vanadium, Total 0.60 u UO/L 0.60 1.0

Zinc, Total 0.80 u UG/L 0.80 1.0

010



Reca LabNet - Lionville

INOROANICS ACCURACY REPORT 10/27/99

CLIENT: TNW-HA.NFORD C99-045 RECRA LOT #: 9910L276

WORK ORDER: 10985-001-001-9999-00

SPIKED INITIAL SPIKED DILUTION

SAMPLE SITE ID ANALYtTE SAMPLE RESULT AMOUNT %RECOV FACTOR CSPK)

--------------------------------------------------------------------------------------------------------------

-002 T0V463 Arsenic, Total 2030 5.0 2000 101.2 1.0

Barium, Total 1950 41.5 2000 95.2 1.0

Chromium, Total 211 15.7 200 97.8 1.0

Lead, Total 494 2.1 u 500 98.9 1.0

Selenium, Total 2020 3.7 u 2000 101.0 1.0

Tin, Total 1020 2.1 u 1000 101.6 1.0

Vanadium, Total 525 29.2 500 99.2 1.0

Zinc, Total 484 3.5 500 96.0 1.0

0 11



Recra LabNet - Lionville

INORGANICS PRECISION REPORT 10/27/99

CLIENT: TNU-HANFORD C99-045 RECRA LOT #: 9910L276

WORKC ORDER: 10985-001-001-9999-00

INITIAL DILUTION

SAMPLE SITE ID ANAL'fTN RESULT REPLICATE RPD FACTOR (REP)

-002REP T0V463 Arsenic, Total 5.0 3.3 u M.c- g~O( 1.0

Barium, Total 41.5 40.1 3.4 1.0

Chromium, Total 15.7 15.6 0.64 1.0

Lead, Total 2.1 u 2.4 aw- CD 1.0
Selenium, Total 3.7 u 4.2 --- ,D 1.0

Tin, Total 2.1 u 2.1 u NC 1.0

Vanadium, Total 29.2 29.2 0.00 1.0

Zinc, Total 3.5 3.3 5.9 c g1.0

012



Recra LabNet - Lionville

INORGANICS LABORATORY CONTROL STANDARDS REPORT 10/27/99

CLIENT: TNU-HANFORD C99-045 RECRA LOT #: 9910L276

WORK ORDER: 10985-001-001-9999-00

SPIKED SPIKED

SAMPLE SITE ID ANALrrE SAMPLE AMOUNT UNITS %RECOV

... aaaa.aaa.aaaaaaaa..aa..aa.aaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaaa

LCS1 99L0711-LCl Arsenic, LCS 9840 10000 UG/L 98.4

Barium, LCS 4890 5000 UG/L 97.8

Chromium, LCS 494 500 UG/L 98.7

Lead, LCS 2460 2500 DGlL 98.4

Selenium, LCS 9870 10000 DG/L 98.7

Tin, LCS 4920 5000 DGlL 98.4

Vanadium, LCS 2510 2500 DG/L 100.5

Zinc, LCS 976 1000 DG/L 97.6

013



Recra LabNet - Lionville Laboratory
INORGANIC ANALYTICAL DATA PACKAGE FOR

TNtT-HANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT # :9910L276

CLIENT ID /ANALYSIS RFW # MTX PREP # COLLECTION EXTR/PREP ANALYSIS

TOV4 63

ARSENIC, TOTAL 002 W 99L0711 09/28/99 10/21/99 10/21/99
ARSENIC, TOTAL 002 REP W 99L0711 09/28/99 10/21/99 10/21/99
ARSENIC, TOTAL 002 MS W 99L0711 09/28/99 10/21/99 10/21/99
BARIUM, TOTAL 002 W 99L0711 09/28/99 10/21/99 10/21/99
BARIUM, TOTAL 002 REP W 99L0711 09/28/99 10/21/99 10/21/99
BARIUM, TOTAL 002 MS W 99L0711 09/28/99 10/21/99 10/21/99
CHROMIUM, TOTAL 002 W 99L0711 09/28/99 10/21/99 10/21/99
CHROMIUM, TOTAL 002 REP W 99L0711 09/28/99 10/21/99 10/21/99
CHROMIUM, TOTAL 002 MS W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 002 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 002 REP W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 002 MS W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 002 W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 002 REP W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 002 MS W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 002 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 002 REP W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 002 MS W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 002 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 002 REP W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 002 MS W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 002 W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 002 REP W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 002 MS W 99L0711 09/28/99 10/21/99 10/21/99

TOV4 62

ARSENIC, TOTAL 003 W 99L0711 09/28/99 10/21/99 10/21/99
BARIUM, TOTAL 003 W 99L0711 09/28/99 10/21/99 10/21/99
CHROMIUM, TOTAL 003 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 003 W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 003 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 003 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 003 W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 003 W 99L0711 09/28/99 10/21/99 10/21/99

014



Recra LabNet - Lionville Laboratory

INORGANIC ANALYTICAL DATA PACKAGE FOR
TNU-HANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT # :9910L276

CLIENT ID /ANALYSIS RFW # MTX PREP # COLLECTION EXTR/PREP ANALYSIS

TOV4 69

ARSENIC, TOTAL 004 W 99L0711 09/28/99 10/21/99 10/21/99

BARIUM, TOTAL 004 W 99L0711 09/28/99 10/21/99 10/21/99

CHROMIUM, TOTAL 004 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 004 W 99L0711 09/28/99 10/21/99 10/21/99

SELENIUM, TOTAL 004 W 99L0711 09/28/99 10/21/99 10/21/99

TIN, TOTAL 004 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 004 W 99L0711 09/28/99 10/21/99 10/21/99

ZINC, TOTAL 004 W 99L0711 09/28/99 10/21/99 10/21/99

T0V468

ARSENIC, TOTAL 005 W 99L0711 09/28/99 10/21/99 10/21/99

BARIUM, TOTAL 005 W 99L0711 09/28/99 10/21/99 10/21/99

CHROMIUM, TOTAL 005 W 99L0711 09/28/99 10/21/99 10/21/99

LEAD, TOTAL 005 W 99L0711 09/28/99 10/21/99 10/21/99

SELENIUM, TOTAL 005 W 99L0711 09/28/99 10/21/99 10/21/99

TIN, TOTAL 005 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 005 W 99L0711 09/28/99 10/21/99 10/21/99

ZINC, TOTAL 005 W 99L0711 09/28/99 10/21/99 10/21/99

TOV4 56

ARSENIC, TOTAL 006 W 99L0711 09/28/99 10/21/99 10/21/99

BARIUM, TOTAL 006 W 99L0711 09/28/99 10/21/99 10/21/99

CHROMIUM, TOTAL 006 W 99L0711 09/28/99 10/21/99 10/21/99

LEAD, TOTAL 006 W 99L0711 09/28/99 10/21/99 10/21/99

SELENIUM, TOTAL 006 W 99L0711 09/28/99 10/21/99 10/21/99

TIN, TOTAL 006 W 99L0711 09/28/99 10/21/99 10/21/99

VANADIUM, TOTAL 006 W 99L0711 09/28/99 10/21/99 10/21/99

ZINC, TOTAL 006 W 99L0711 09/28/99 10/21/99 10/21/99

TOV4 57

ARSENIC, TOTAL 007 W 99L0711 09/28/99 10/21/99 10/21/99

BARIUM, TOTAL 007 W 99L0711 09/28/99 10/21/99 10/21/99

0 15



Recra LabNet - Lionville Laboratory

INORGANIC ANALYTICAL DATA PACKAGE FOR

TNU-HANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT #f :9910L276

CLIENT ID /ANALYSIS RFW # MTX PREP #f COLLECTION EXTR/PREP ANALYSIS

CHROMIUM, TOTAL 007 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 007 W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 007 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 007 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 007 W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 007 W 99L0711 09/28/99 10/21/99 10/21/99

TOV4 58

ARSENIC, TOTAL 008 W 99L0711 09/28/99 10/21/99 10/21/99
BARIUM, TOTAL 008 W 99L0711 09/28/99 10/21/99 10/21/99
CHROMIUM, TOTAL 008 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 008 W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 008 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 008 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 008 W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 008 W 99L0711 09/28/99 10/21/99 10/21/99

T0V459

ARSENIC, TOTAL 009 W 99L0711 09/28/99 10/21/99 10/21/99
BARIUM, TOTAL 009 W 99L0711 09/28/99 10/21/99 10/21/99

CHROMIUM, TOTAL 009 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 009 W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 009 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 009 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 009 W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 009 W 99L0711 09/28/99 10/21/99 10/21/99

T0V460

ARSENIC, TOTAL 010 W 99L0711 09/28/99 10/21/99 10/21/99
BARIUM, TOTAL 010 W 99L0711 09/28/99 10/21/99 10/21/99
CHROMIUM, TOTAL 010 W 99L0711 09/28/99 10/21/99 10/21/99

LEAD, TOTAL 010 W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 010 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 010 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 010 W 99L0711 09/28/99 10/21/99 10/21/99

0 16



Recra LabNet - Lioniville Laboratory
INORGANIC ANALYTICAL DATA PACKAGE FOR

TNU-KANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT # :9910L276

CLIENT ID /ANALYSIS RFW # MTX PREP # COLLECTION EXTR/PREP ANALYSIS

ZINC, TOTAL 010 W 99L0711 09/28/99 10/21/99 10/21/99

T0V461

ARSENIC, TOTAL 011 W 99L0711 09/28/99 10/21/99 10/21/99
BARIUM, TOTAL 011 W 99L0711 09/28/99 10/21/99 10/21/99

CHROMIUM, TOTAL 011 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 011 W 99L0711 09/28/99 10/21/99 10/21/99

SELENIUM, TOTAL 011 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 011 W 99L0711. 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 011 W 99L0711 09/28/99 10/21/99 10/21/99

ZINC, TOTAL 011 W 99L0711 09/28/99 10/21/99 10/21/99

T0V464

ARSENIC, TOTAL 012 W 99L0711 09/28/99 10/21/99 10/21/99

BARIUM, TOTAL 012 W 99L0711 09/28/99 10/21/99 10/21/99
CHROMIUM, TOTAL 012 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 012 W 99L0711 09/28/99 10/21/99 10/21/99

SELENIUM, TOTAL 012 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 012 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 012 W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 012 W 99L0711 09/28/99 10/21/99 10/21/99

TOV4 65

ARSENIC, TOTAL 013 W 99L0711 09/28/99 10/21/99 10/21/99

BARIUM, TOTAL 013 W 99L0711 09/28/99 10/21/99 10/21/99

CHROMIUM, TOTAL 013 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 013 W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 013 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 013 W 99L0711 09/28/99 10/21/99 10/21/99

VANADIUM, TOTAL 013 W 99L0711 09/28/99 10/21/99 10/21/99

ZINC, TOTAL 013 W 99L0711 09/28/99 10/21/99 10/21/99

TOV4 66

ARSENIC, TOTAL 014 W 99L0711 09/28/99 10/21/99 10/21/99

017



Recra LabNet - Lionville Laboratory
INORGANIC ANALYTICAL DATA PACKAGE FOR

TNU-HANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT # :9910L276

CLIENT ID /ANALYSIS RFW # MTX PREP #f COLLECTION EXTR/PREP ANALYSIS

BARIUM, TOTAL 014 W 99L0711 09/28/99 10/21/99 10/21/99
CHROMIUM, TOTAL 014 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 014 W 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 014 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 014 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 014 W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 014 W 99L0711 09/28/99 10/21/99 10/21/99

T0V467

ARSENIC, TOTAL 015 W 99L0711 09/28/99 10/21/99 10/21/99
BARIUM, TOTAL 015 W 99L0711 09/28/99 10/21/99 10/21/99
CHROMIUM, TOTAL 015 W 99L0711 09/28/99 10/21/99 10/21/99
LEAD, TOTAL 015 WK 99L0711 09/28/99 10/21/99 10/21/99
SELENIUM, TOTAL 015 W 99L0711 09/28/99 10/21/99 10/21/99
TIN, TOTAL 015 W 99L0711 09/28/99 10/21/99 10/21/99
VANADIUM, TOTAL 015 W 99L0711 09/28/99 10/21/99 10/21/99
ZINC, TOTAL 015 W 99L0711 09/28/99 10/21/99 10/21/99

LAB QC:

ARSENIC LABORATORY LC1 BS W 99L0711 N/A 10/21/99 10/21/99
ARSENIC, TOTAL MBl W 99L0711 N/A 10/21/99 10/21/99
BARIUM LABORATORY LC1 ES W 99L0711 N/A 10/21/99 10/21/99
BARIUM, TOTAL MBl W 99L0711 N/A 10/21/99 10/21/99
CHROMIUM LABORATORY LC1 ES W 99L0711 N/A 10/21/99 10/21/99
CHROMIUM, TOTAL MBl W 99L0711 N/A 10/21/99 10/21/99
LEAD LABORATORY LC1 ES W 99L0711 N/A 10/21/99 10/21/99

LEAD, TOTAL MBl W 99L0711 N/A 10/21/99 10/21/99
SELENIUM LABORATORY LC1 ES W 99L0711 N/A 10/21/99 10/21/99

SELENIUM, TOTAL MB1 W 99L0711 N/A 10/21/99 10/21/99
TIN LABORATORY LC1 ES W 99L0711 N/A 10/21/99 10/21/99
TIN, TOTAL MBI W 99L0711 N/A 10/21/99 10/21/99

VANADIUM LABORATORY LC1 ES W 99L0711 N/A 10/21/99 10/21/99
VANADIUM, TOTAL MBl W 99L0711 N/A 10/21/99 10/21/99

ZINC LABORATORY LC1 ES W 99L0711 N/A 10/21/99 10/21/99

ZINC, TOTAL MBl W 99L0711 N/A 10/21/99 10/21/99

0 18
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r~ RECRA&
ENVIRONMENTAL DECPr 1099 '

fi$INC. V,
Chemical and Environmental Measurement Information to ala

Recra LabNet Philadelphia 03 /Qr,
Analytical Report

Client :TNU-I-ANEORD C99-045 W.O. #:10985-001-001-9999-00
RFW#: 9910L276 Date Received: 10-02-99
SDG/SAF #: H0550/C99-045

GUJMS VOLATILE

Eleven (11) water samples were collected on 09-28-99.

The samples and their associated QC samples were analyzed according to criteria set forth in Recra
OPs based on SW 846 Method 8260A for TCL Volatile target compounds on 10-11,12-99.

The following is a summary of the QC results accompanying these sample results and a description
of any problems encountered during their analyses:

1 . The cooler temperatures upon receipt have been recorded on the chain-of-custody.

2. The required holding time for analysis was met.

3. Non-target compounds were not detected in the samples.

4. All surrogate recoveries were within EPA QC limits.

5. All matrix spike recoveries were within EPA QC limits.

6. The method blanks contained the common laboratory contaminants Methylene Chloride,
Acetone and the target compound 2-Butanone at levels less than the CRQL. The method
blank 99LVH402-MB1I also contained the target compound 2-Hexanone at a level less than
the CRQL.

J. Michael Taylor Date
Vice President
Philadelphia Analytical Laboratory

som\group\data\voa\tnu I 0276.doc

The results presented in this report relate only to the analytical testing and conditions of the samples at receipt and during storage. All pages of this

report are integral parts of the analytical data. Therefore, this report should only be reproduced in its entirety of 30 pages. 0 1

208 Welsh Pool Road - Lionville, PA 19341-1333 0 (610) 280-3000 - Fax (610) 280-3041



GLOSSARY OF VOA DATA

DATA QUALIFIERS

U = Compound was analyzed for but not detected. The associated numerical value is the estimated
sample quantitation limit which is included and corrected for dilution and percent moisture.

J Indicates an estimated value. This flag is used under the following circumstances: I) when
estimating a concentration for tentatively identified compounds (TICs) where a 1:1 response is
assumed, or 2) when the mass s pect ral data indicate the presence of a compound that meets the
identification criteria but the result is less than the specified detection limit but greater than zero.
For example, if the limit of detection is 10 ug/L and a concentration of 3 ug/L is calculated, it is
reported as 3J.

B = This flag is used when the analyte is found in the associated blank as well as in the sample. It
indicates possible/probable blank contamination. This flag is also used for a TIC as well as for
a positively identified TCL compound.

E = Indicates that the compound was detected beyond the calibration range and was subsequently
analyzed at a dilution.

D Identifies all compounds identified in an analysis at a secondary dilution factor.

I = Interference.

NQ = Result qualitatively confirmed but not able to quantify.

N Indicates presumptive evidence of a compound. This flag is only used for tentatively identified
compounds (TICs). where the identification is based on a mass spectral library search. It is applied
to all TIC results. For generic characterization of a TIC, such as chlorinated hydrocarbon, the N
Code is not used.

X = This flag is used for a TIC compound which is quantified relative to a response factor generated
from a daily calibration standard (rather than quantified relative to the closest internal standard).

Y = Additional qualifiers used as required are explained in the case narrative.

mmz\I O-94\gloss.voa



GLOSSARY OF VOA DATA

ABBREVIATIONS

BS = Indicates blank spike in which reagent grade water is spiked with the CLP matrix spike solutions
and carried through all the steps in the method. Spike recoveries are reported.

BSD = Indicates blank spike duplicate.

NIS = Indicates matrix spike.

MSD = Indicates matrix spike duplicate.

DL = Suffix added to sample number to indicate that results are from a diluted analysis.

NA = Not Applicable.

DF = Dilution Factor.

NR = Not Required.

SP, Z = Indicalcs Spiked Compound.

mmz\I O-94\gloss.voa
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Recra LabNet - Lionville Laboratory
VOA ANALYTICAL DATA PACKAGE FOR

TNU-HANFORD C99-045

DATE RECEIVED: 10/02/99 RFW LOT # :9910L276

CLIENT ID RPM # MTX PREP # COLLECTION EXTR/PREP ANALYSIS

BOWBC7 001 W 99LVH402 09/28/99 N/A 10/11/99
T0V463 002 W -99LVH402 09/28/99 N/A 10/11/99
T0V469 004 W 99LVH402 09/28/99 N/A 10/11/99
T0V457 007 W 99LVH402 09/28/99 N/A 10/11/99
T0V459 009 W 99LVH402 09/28/99 N/A 10/11/99
T0V461 011 W 99LVE402 09/28/99 N/A 10/11/99
T0V465 013 W 99LVH402 09/28/99 N/A 10/11/99
T0V467 015 W 99LVH402 09/28/99 N/A 10/11/99
BOWBC8 016 W 99LVH406 09/28/99 N/A 10/12/99
BOWBC8 016 MS W 99LVH406 09/28/99 N/A 10/12/99
BOWBC8 016 MSD W 99LVH406 09/28/99 N/A 10/12/99
BOWBC9 017 W 99LVH406 09/28/99 N/A 10/12/99
BOWEDO 018 W 99LVH406 09/28/99 N/A 10/12/99

LAB QC:

VBLKVI MB1 W 99LVH402 N/A N/A 10/11/99
VBLKWI MB1 W 99LVH406 N/A N/A 10/12/99

1
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