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Case Narrative
Client: Central Plateau Cleanup Company LLC Job ID: 160-42396-1
Project/Site: 121-024, S21-006, X21-060 SDG: SL42396-1

Job ID: 160-42396-1

Laboratory: Eurofins TestAmerica, St. Louis

Narrative

CASE NARRATIVE

Central Plateau Cleanup Company LLC

PO Box 1464

Richland, WA 99352

July 26, 2021

Attention: Scot Fitzgerald

SDG : SL42396-1
Number of Samples : 16 samples
Sample Matrix : Water

Data Deliverable : Summary

Date SDG Closed :June 11, 2021

II. Introduction

On June 11, 16 samples were received by Eurofins TestAmerica for analysis. The samples were received within temperature criteria. See
the COC and receipt checklists for documentation of any variations on receipt conditions and temperature. Upon receipt, samples were
given laboratory Ids to correspond with specific client Ids. Please refer to the Sample Summary sheets attached to this case narrative.
This report is incomplete without the narrative.

The following SAFs are associated with this SDG: 121-024, S21-006 and X21-060

lll. Analytical Results/ Methodology

The analytical results for this report are presented by analytical test. Each set of data includes sample identification information, analytical
results and the appropriate detection limits. All results are based upon samples as they were received, i.e. wet weight, unless otherwise

noted on the data sheets. See the attached Methods Summary Form for the methods used in this SDG.

MS/MSD/Dup analysis was done per the client requirements. Analytical batches that did not contain matrix QC were analyzed with an
LCS/LCS duplicate.

Any minimum detectable concentration (MDC), critical value (DLC), or Safe Drinking Water Act detection limit (SDWA DL) is
sample-specific unless otherwise stated elsewhere in this narrative.

The matrix for the Method Blank and LCS is as close to the samples as can be reasonably achieved.
Radiochemistry sample results are reported with the count date/time applied as the Activity Reference Date.
The method blank (MB) z-scores associated with the associated samples are reported in the level IV raw data.

Manual Integrations and adjustments to Regions of Interest (ROIl) were performed only when necessary and are in compliance with the
laboratory’s standard operating procedure.

For Metals analyses performed in St. Louis, per standard practice, 6020 water and soil samples are initially prepared at 2x dilution. This
standard dilution does not affect reporting limits as MDL studies are also prepared in the same manner. These dilutions do not
necessitate a narrative note; however, they are flagged “D” due to a limitation in the LIMS.

For solid matrices, all Metals analyses (including Hg) use a Standard Reference Material for the Laboratory Control Sample (LCS).
Certificate for this source material may be obtained from TASL/TADN.

For Anion analysis, samples have been started at a 2x dilution per SMO direction. The samples are flagged accordingly with a “D” flag if

Eurofins TestAmericaWSZt. Louis
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Case Narrative
Client: Central Plateau Cleanup Company LLC Job ID: 160-42396-1
Project/Site: 121-024, S21-006, X21-060 SDG: SL42396-1

Job ID: 160-42396-1 (Continued)

Laboratory: Eurofins TestAmerica, St. Louis (Continued)

sample concentration is above the MDL/RL. Non-conformance will be included in the below section only if dilution is greater than 2x.

Per SMO direction, due to the short hold times for Nitrate, Nitrite and Phosphate by IC (48 hours) as well as Hexavalent Chromium and pH
analysis (24 hours), a SIR request is not needed when samples are run outside 1x hold but within 2x hold. A narrative comment will be
included below if a sample is run outside the lab-specified hold time for waters.

For volatile organic analysis, several analytes are considered poor performers and may not meet client QC limits. Per SMO direction,
excursions outside the client’s requested limits will include a non-conformance in the sections below.

IV. Definitions

BLK- Quality Control Blank, Method Blank

LCS- Quality Control Laboratory Control Sample, Blank Spike
DUP- Laboratory Duplicate

MS- Matrix Spike

MSD- Matrix Spike Duplicate

The term “Detection Limit” used in the analytical data report refers to either the lab’s standard reporting limits or contractually required
reporting limits, whichever is applicable.

The following data qualifiers may be applicable to the results in this report, as appropriate.
e B - Forinorganic analyses, the sample result is greater than the MDL but less than the RL.
e B - For organic analyses, Method Blank contamination. The Method Blank contains the target analyte above the MDL/RL and
Method Blank is greater than 5% of the sample concentration.

e B - Forinorganics and radiochemistry, Method Blank reported above the MDC/MDL.

e J-Fororganic analyses, the sample is estimated and less than the RL. If on Method Blank, indicates Method Blank

contamination.

e C - Forinorganic analyses, Method Blank contamination. The Method Blank contains the target analyte at a concentration above

the MDL/RL and Method Blank concentration is greater than 5% of the sample concentration.

e D - For all analyses, the sample result was obtained from the analysis of a dilution. For ICPMS Metals analyses, per standard
practice, all samples are initially prepared at a 2x dilution. This standard dilution does not affect reporting limits as MDL studies
are also prepared in the same manner and will not be narrated below. Only dilutions above 2x will be narrated and considered a
true dilution for these samples.

N - For inorganics, the spike/spike duplicate recoveries are outside QC limits.

T - For GCMS analysis, the spike/spike duplicate recoveries are outside QC limits.

o - For all analyses, the LCS (LCSD) recoveries are outside QC limits.

X- Organics and Anions IC - Sample concentration over calibration and/or surrogate recovery outside QC limits.
X- Inorganics - The analyte present in the original sample is > 4x the spike concentration.

X- Radiochemistry - Carrier or Tracer recovery is outside limits.

Z- Sample was prepped or analyzed beyond the specified sample holding time.

y - RPD is outside established limits.

ICP Metals
Batch: 517575
Due to the high concentration of potassium and sodium, the matrix spike / matrix spike duplicate (MS/MSD) for preparation batch
160-516462 and analytical batch 160-517575 could not be evaluated for accuracy and precision. The associated laboratory control

sample (LCS) met acceptance criteria. (160-42468-A-1-B MS) and (160-42468-A-1-C MSD)

The post digestion spike % recovery for calcium and sodium associated with batch preparation batch 160-516462 and analytical batch
160-517575 was outside of control limits. The associated sample is: (160-42468-A-2-A PDS).

Batch: 518302

Eurofins TestAmericaWSzt. Louis
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Case Narrative
Client: Central Plateau Cleanup Company LLC Job ID: 160-42396-1
Project/Site: 121-024, S21-006, X21-060 SDG: SL42396-1

Job ID: 160-42396-1 (Continued)

Laboratory: Eurofins TestAmerica, St. Louis (Continued)

The following samples were diluted due to the presence of silicon which interferes with nickel: B413T7 (160-42396-1) and B413T5
(160-42396-2). Elevated reporting limits (RLs) are provided. These analytes have been qualified "D" in the associated samples.

Gross Alpha/Beta

Prep Batch: 515891

The detector (Orange 12) the sample was counted on failed the Beta check the day after (closing bracketing) the sample count. The
detector passed the day the sample was run. Additionally the sample run on this detector was the method blank which achieved its
detection goal and yielded activity <MDC indicating no adverse effect from the discrepancy. (MB 160-515891/1-A)

The gross (alpha) detection goal(s) was not met for the following sample(s) due to a reduction of the sample size attributed to high
residual mass. Analytical results are reported with the MDC achieved. B41311 (160-42396-12) and (160-42468-A-21-D DU)

The client has requested RPD be reported as precision criteria. The RPD tends to “inflate” at low sample activity (near and below the
MDC) due to the high relative uncertainty of the measurements. At low activity the RER (relative error ratio) or DER (duplicate error ratio)
are better indicators. The laboratory typically uses a dual criterion: either the RER is < 1 or the RPD < 40% (or 30%, depending upon the
matrix). The following samples did not meet the RPD criteria; however, the RER is within limits demonstrating good replicate precision.
(160-42468-A-21-D DU)

Gamma Spec

Many isotopes requested for analysis do not have any gamma emissions, or the gamma emissions they do have are very poor. Often,
such analytes are reported by gamma spectrometry assuming secular equilibrium with a longer-lived parent. The client should ensure
that such inference is acceptable for their sample based upon process knowledge. The following assumptions were made for this report:
Inferred from Reported to Analyte

Th-234 Pa-234
Th-234 U-238
Pb-210 Po-210
Pb-210 Bi-210
Cs-137 Ba-137m
Pb-212 Po-216
Xe-131m Xe-131
Sb-125 Te-125m
Ag-108m Ag-108
Rh-106 Ru-106
Pb-212 Th-228
Pb-212 Ra-224
U-235 Th-231
Ac-228 Th-232
Ac-228 Ra-228
Th-227 Ra-223
Th-227 Ac-227
Th-227 Bi-211
Th-227 Pb-211
Bi-214 Ra-226

Prep Batch: 514310

The client has requested RPD be reported as precision criteria. The RPD tends to “inflate” at low sample activity (near and below the
MDC) due to the high relative uncertainty of the measurements. At low activity the RER (relative error ratio) or DER (duplicate error ratio)
are better indicators. The laboratory typically uses a dual criterion: either the RER is < 1 or the RPD < 40% (or 30%, depending upon the
matrix). The following samples did not meet the RPD criteria; however, the RER is within limits demonstrating good replicate precision.

Strontium

Eurofins TestAmericaWSZt. Louis
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Case Narrative

Client: Central Plateau Cleanup Company LLC Job ID: 160-42396-1
Project/Site: 121-024, S21-006, X21-060 SDG: SL42396-1
Job ID: 160-42396-1 (Continued)

Laboratory: Eurofins TestAmerica, St. Louis (Continued)

Prep Batch: 515400

Insufficient sample volume was available to perform a sample duplicate (DUP) for the following samples: B410P5 (160-42396-3), B415K6
(160-42396-6) and B415V9 (160-42396-7). A laboratory control sample/ laboratory control sample duplicate (LCS/LCSD) was prepared to
demonstrate batch precision.

The following sample was inadvertently counted on a detector that did not have the beta daily check performed the day the sample counted
(7/7/121). The beta daily check passed the day prior (7/6/21) to the sample count and the day after the sample count (7/8/21). The sample
has activity below the MDC and RL and the carrier recovery is within limits. The lab does not believe this excursion adversely affects the
data. The data have been reported with this narrative. B410P5 (160-42396-3)

There were no observations or non-conformances associated with the following methods:

Tritium
Carbon-14
lodine-129
Selenium-79

We certify that this data package is in compliance with the SOW, both technically and for completeness, including a full description of,
explanation of, and corrective actions for, any and all deviations, from either the analyses requested or the case narrative requested.
Release of the data contained in this hard copy data package has been authorized by the Laboratory Analytical Manager or designee and
the laboratory’s client services representative as verified by their signature on this report.

Reviewed and approved:

Jayna Awalt
St. Louis Project Manager

Eurofins TestAmerica7 /Szt. Louis
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Login Sample Receipt Checklist

Client: Central Plateau Cleanup Company LLC Job Number: 160-42396-1
SDG Number: SL42396-1 .

Login Number: 42396 List Source: Eurofins TestAmerica, St. Louis
List Number: 1
Creator: Worthington, Sierra M

Question Answer Comment
Radioactivity wasn't checked or is </= background as measured by a survey True

meter.

The cooler's custody seal, if present, is intact. True

Sample custody seals, if present, are intact. True

The cooler or samples do not appear to have been compromised or True

tampered with.

Samples were received on ice. N/A

Cooler Temperature is acceptable. True

Cooler Temperature is recorded. True 12.3
COC is present. True

COC is filled out in ink and legible. True

COC is filled out with all pertinent information. True

Is the Field Sampler's name present on COC? True

There are no discrepancies between the containers received and the COC.  True
Samples are received within Holding Time (excluding tests with immediate True

HTs)

Sample containers have legible labels. True
Containers are not broken or leaking. True
Sample collection date/times are provided. True
Appropriate sample containers are used. True
Sample bottles are completely filled. True
Sample Preservation Verified. True
There is sufficient vol. for all requested analyses, incl. any requested True
MS/MSDs

Containers requiring zero headspace have no headspace or bubble is True
<6mm (1/4").

Multiphasic samples are not present. True
Samples do not require splitting or compositing. True
Residual Chlorine Checked. N/A

Eurofins TestAmerica, St. Louis
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SL423?é1& July 26, 2021
x June 11, 2021

Dear Customer,

The following is the proof-of-delivery for tracking number: 773962038343

Delivery Information:

Status: Delivered Delivered To: Shipping/Receiving
Signed for by: C.WORTHINGTON Delivery Location:

Service type: FedEx Priority Overnight

Special Handling: Deliver Weekday;

Direct Signature Required EARTH CITY, MO,

Delivery date: Jun 11, 2021 08:58
Shipping Information:
Tracking number: 773962038343 Ship Date: Jun 10, 2021
Weight: 78.0 LB/35.41 KG
Recipient: Shipper:
EARTH CITY, MO, US, RICHLAND, WA, US,

Reference 900153/GWS-282

Signature image is available. In order to view image and detailed information, the shipper or payor account

number of the shipment must be provided.

Thank you for choosing FedEx

Rev. 0

7/26/2021
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July 26, 2021
Definitions/Glossary

Client: Central Plateau Cleanup Company LLC
Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Qualifiers

Metals

Qualifier Qualifier Description

D The reported value is from a dilution.

U Analyzed for but not detected.

X See case narrative notes for explanation of the 'X' flag
Rad

Qualifier Qualifier Description

U Result is less than the sample detection limit.
y Duplicate analysis not within control limits.
Glossary

Abbreviation

These commonly used abbreviations may or may not be present in this report.

jol

%R
CFL
CFU
CNF
DER
Dil Fac
DL
DL, RA, RE, IN
DLC
EDL
LOD
LOQ
MCL
MDA
MDC
MDL
ML
MPN
MQL
NC
ND
NEG
POS
PQL
PRES
QC
RER
RL
RPD
TEF
TEQ
TNTC

Listed under the "D" column to designate that the result is reported on a dry weight basis
Percent Recovery

Contains Free Liquid

Colony Forming Unit

Contains No Free Liquid

Duplicate Error Ratio (normalized absolute difference)

Dilution Factor

Detection Limit (DoD/DOE)

Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

Decision Level Concentration (Radiochemistry)
Estimated Detection Limit (Dioxin)

Limit of Detection (DoD/DOE)

Limit of Quantitation (DoD/DOE)

EPA recommended "Maximum Contaminant Level"
Minimum Detectable Activity (Radiochemistry)
Minimum Detectable Concentration (Radiochemistry)
Method Detection Limit

Minimum Level (Dioxin)

Most Probable Number

Method Quantitation Limit

Not Calculated

Not Detected at the reporting limit (or MDL or EDL if shown)
Negative / Absent

Positive / Present

Practical Quantitation Limit

Presumptive

Quality Control

Relative Error Ratio (Radiochemistry)

Reporting Limit or Requested Limit (Radiochemistry)
Relative Percent Difference, a measure of the relative difference between two points
Toxicity Equivalent Factor (Dioxin)

Toxicity Equivalent Quotient (Dioxin)

Too Numerous To Count

Eurofins TestAmerica, St. Louis

7/26/2021
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Method Summary

Client: Central Plateau Cleanup Company LLC Job ID: 160-42396-1
Project/Site: 121-024, S21-006, X21-060 SDG: SL42396-1
Method Method Description Protocol Laboratory
6010D Metals (ICP) SW846 TAL SL

906.0 Tritium, Total (LSC) EPA TAL SL

9310 Gross Alpha / Beta (GFPC) SW846 TAL SL

C-01-1 Carbon-14 (EERF C-01-1) EERF TAL SL

GA-01-R Cesium-137 & Other Gamma Emitters (GS) DOE TAL SL

SM 7500 lodine-129 (LSC) SM TAL SL
SR-03-RC Total Beta Strontium (GFPC) DOE TAL SL
ST-RC-0079 Selenium-79 (LSC) TAL-STL TAL SL

3010A Preparation, Total Metals SW846 TAL SL
Evaporation Preparation, Evaporation None TAL SL
Ext_Chrom_LSC  Preparation, Extraction Chromatography None TAL SL
Fill_Geo-0 Fill Geometry, No In-Growth None TAL SL
LSC_Dist_Susp Distillation and Suspension (LSC) None TAL SL
PrecSep_0 Preparation, Precipitate Separation None TAL SL

SM 7500 Preparation, Reduction / Precipitation (SM7500 | B) SM TAL SL

Protocol References:
DOE = U.S. Department of Energy
EERF = EERF
EPA = US Environmental Protection Agency
None = None
SM = "Standard Methods For The Examination Of Water And Wastewater"
SW846 = "Test Methods For Evaluating Solid Waste, Physical/Chemical Methods", Third Edition, November 1986 And Its Updates.
TAL-STL = TestAmerica Laboratories, St. Louis, Facility Standard Operating Procedure.

Laboratory References:
TAL SL = Eurofins TestAmerica, St. Louis, 13715 Rider Trail North, Earth City, MO 63045, TEL (314)298-8566

Eurofins TestAmerica, St. Louis
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Sampulz %ummary

Job ID: 160-42396-1
SDG: SL42396-1

Client: Central Plateau Cleanup Company LLC
Project/Site: 121-024, S21-006, X21-060

Lab Sample ID Client Sample ID Matrix Collected Received

160-42396-1 B413T7 Water 06/09/21 09:57 06/11/21 09:00
160-42396-2 B413T5 Water 06/09/21 09:57 06/11/21 09:00
160-42396-3 B410P5 Water 06/09/21 07:00 06/11/21 09:00
160-42396-4 B415K9 Water 06/09/21 11:24 06/11/21 09:00
160-42396-5 B415W5 Water 06/09/21 10:25 06/11/21 09:00
160-42396-6 B415K6 Water 06/09/21 11:51 06/11/21 09:00
160-42396-7 B415V9 Water 06/09/21 11:01  06/11/21 09:00
160-42396-8 B410R2 Water 06/09/21 08:23 06/11/21 09:00
160-42396-9 B410R1 Water 06/09/21 07:00 06/11/21 09:00
160-42396-10 B410M4 Water 06/09/21 10:15 06/11/21 09:00
160-42396-11 B410M3 Water 06/09/21 10:15 06/11/21 09:00
160-42396-12 B41311 Water 06/09/21 09:09 06/11/21 09:00
160-42396-13 B413M5 Water 06/09/21 09:00 06/11/21 09:00
160-42396-14 B41355 Water 06/09/21 10:15 06/11/21 09:00
160-42396-15 B41354 Water 06/09/21 10:15 06/11/21 09:00
160-42396-16 B413M4 Water 06/09/21 07:00 06/11/21 09:00

Page 26 of 41
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SL42396-1

Client: Central Plateau Cleanup Company LLC

Project/Site: 121-024, S21-006, X21-060

July 26, 2021
Client Sample Results

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: 6010D - Metals (ICP)

Client Sample ID: B413T5
Date Collected: 06/09/21 09:57
Date Received: 06/11/21 09:00

Lab Sample ID: 160-42396-2
Matrix: Water

Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Calcium 78000 1000 300 ug/L ©06/28/21 18:24 07/12/21 16:08 1
Chromium 30 U 10.0 3.0 ug/L 06/28/21 18:24 07/12/21 16:08 1
Iron 530 U 100 53.0 ug/L 06/28/21 18:24 07/12/21 16:08 1
Magnesium 17900 1000 300 ug/L 06/28/21 18:24 07/12/21 16:08 1
Manganese 40 U 15.0 4.0 ug/L 06/28/21 18:24 07/12/21 16:08 1
Nickel 20.0 UD 80.0 20.0 ug/L 06/28/21 18:24 07/12/21 21:06 2
Potassium 6110 5000 1500 ug/L 06/28/21 18:24 07/12/21 16:08 1
Sodium 38900 1000 300 ug/L 06/28/21 18:24 07/12/21 16:08 1
Method: 6010D - Metals (ICP) - Dissolved
Client Sample ID: B413T7 Lab Sample ID: 160-42396-1
Date Collected: 06/09/21 09:57 Matrix: Water
Date Received: 06/11/21 09:00
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Calcium 76800 1000 300 ug/L 06/28/21 18:24 07/12/21 16:03 1
Chromium 30 U 10.0 3.0 ug/L 06/28/21 18:24 07/12/21 16:03 1
Iron 53.0 U 100 53.0 ug/L 06/28/21 18:24 07/12/21 16:03 1
Magnesium 17500 1000 300 ug/L 06/28/21 18:24 07/12/21 16:03 1
Manganese 40 U 15.0 4.0 ug/L 06/28/21 18:24 07/12/21 16:03 1
Nickel 20.0 UD 80.0 20.0 ug/L 06/28/21 18:24 07/12/21 21:01 2
Potassium 5890 5000 1500 ug/L 06/28/21 18:24 07/12/21 16:03 1
Sodium 37700 1000 300 ug/L 06/28/21 18:24 07/12/21 16:03 1
Method: 906.0 - Tritium, Total (LSC)

Client Sample ID: B410P5 Lab Sample ID: 160-42396-3
Date Collected: 06/09/21 07:00 Matrix: Water
Date Received: 06/11/21 09:00

Count Total

Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Prepared Analyzed Dil Fac
Tritium 450 U 175 175 500 298 07/01/21 10:22 07/03/21 21:18 1
Client Sample ID: B415K9 Lab Sample ID: 160-42396-4
Date Collected: 06/09/21 11:24 Matrix: Water
Date Received: 06/11/21 09:00

Count Total

Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Prepared Analyzed Dil Fac
Tritium 1560 286 317 500 304 07/01/21 10:22 07/03/21 21:40 1
Client Sample ID: B415W5 Lab Sample ID: 160-42396-5
Date Collected: 06/09/21 10:25 Matrix: Water
Date Received: 06/11/21 09:00

Count Total

Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Prepared Analyzed Dil Fac
Tritium 26600 949 2520 500 302 07/01/21 10:22 07/03/21 22:03 1

Page 27 of 41
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SL42396-1

July 26, 2021
Client Sample Results

Client: Central Plateau Cleanup Company LLC

Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: 9310 - Gross Alpha / Beta (GFPC)

7CIient Sample ID: B41311
Date Collected: 06/09/21 09:09
Date Received: 06/11/21 09:00

Lab Sample ID: 160-42396-12
Matrix: Water

Page 28 of 41

Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Gross Alpha 0.948 U 2.09 2.09 3.00 3.66 pCilL 06/24/21 12:19 07/20/21 13:26 1
Gross Beta 348 7.18 35.6 4.00 1.23 pCi/lL 06/24/21 12:19 07/20/21 13:26 1
Client Sample ID: B413M5 Lab Sample ID: 160-42396-13
Date Collected: 06/09/21 09:00 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Gross Beta 1850 19.2 186 4.00 2.17 pCi/lL 06/24/21 12:19 07/20/21 13:26 1
Client Sample ID: B41355 Lab Sample ID: 160-42396-14
Date Collected: 06/09/21 10:15 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Gross Beta 3010 23.7 302 4.00 1.73 pCilL 06/24/21 12:19 07/20/21 13:26 1
Client Sample ID: B41354 Lab Sample ID: 160-42396-15
Date Collected: 06/09/21 10:15 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Gross Beta 3150 25.0 316 4.00 1.98 pCilL 06/24/21 12:19 07/20/21 13:26 1
Client Sample ID: B413M4 Lab Sample ID: 160-42396-16
Date Collected: 06/09/21 07:00 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Gross Beta 5.11 0.557 0.756 4.00 0.431 pCi/lL 06/24/21 12:19 07/20/21 14:49 1
Method: C-01-1 - Carbon-14 (EERF C-01-1)
Client Sample ID: B410P5 Lab Sample ID: 160-42396-3
Date Collected: 06/09/21 07:00 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Carbon-14 -6.8 U 7.72 7.76 20.0 13.5 pCilL 07/02/21 09:27 07/04/21 17:49 1
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July 26, 2021

Client Sample Results

Client: Central Plateau Cleanup Company LLC
Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: C-01-1 - Carbon-14 (EERF C-01-1)

7CIient Sample ID: B410M4
Date Collected: 06/09/21 10:15
Date Received: 06/11/21 09:00

Lab Sample ID: 160-42396-10
Matrix: Water

Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Carbon-14 -0.96 U 7.72 7.73 20.0 13.1 pCi/lL 07/02/21 09:27 07/04/21 18:55 1
Client Sample ID: B410M3 Lab Sample ID: 160-42396-11
Date Collected: 06/09/21 10:15 Matrix: Water E
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Carbon-14 -3.1 U 7.65 7.66 20.0 13.1 pCilL 07/02/21 09:27 07/04/21 20:01 1

Client Sample ID: B410M4
Date Collected: 06/09/21 10:15
Date Received: 06/11/21 09:00

Method: GA-01-R - Cesium-137 & Other Gamma Emitters (GS)

Lab Sample ID: 160-42396-10
Matrix: Water
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Count Total

Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Antimony-125 104 U 6.61 6.72 24.6 pCi/lL 06/15/21 10:31 06/16/21 11:13 1
Cesium-134 3.50 U 4.73 4.75 25.0 pCi/lL 06/15/21 10:31 06/16/21 11:13 1
Cesium-137 3.77 U 7.35 7.36 15.0 12.4 pCi/lL 06/15/21 10:31 06/16/21 11:13 1
Cobalt-60 259 U 4.89 4.90 7.42 pCilL 06/15/21 10:31 06/16/21 11:13 1
Europium-152 6.80 U 12.6 12.6 31.5 pCilL 06/15/21 10:31 06/16/21 11:13 1
Europium-154 105 U 18.0 18.1 105 pCilL 06/15/21 10:31 06/16/21 11:13 1
Europium-155 0.925 U 9.83 9.83 23.9 pCilL 06/15/21 10:31 06/16/21 11:13 1
Potassium-40 -68 U 108 108 143 pCilL 06/15/21 10:31 06/16/21 11:13 1
Client Sample ID: B410M3 Lab Sample ID: 160-42396-11
Date Collected: 06/09/21 10:15 Matrix: Water
Date Received: 06/11/21 09:00

Count Total

Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Antimony-125 741 U 16.0 16.0 19.9 pCilL 06/15/21 10:31 06/16/21 11:17 1
Cesium-134 195 U 1.95 1.97 25.7 pCilL 06/15/21 10:31 06/16/21 11:17 1
Cesium-137 3.02 U 5.92 5.93 15.0 9.99 pCilL 06/15/21 10:31 06/16/21 11:17 1
Cobalt-60 259 U 4.86 4.87 7.18 pCi/lL 06/15/21 10:31 06/16/21 11:17 1
Europium-152 204 U 20.5 20.7 24.5 pCi/lL 06/15/21 10:31 06/16/21 11:17 1
Europium-154 292 U 4.27 4.28 137 pCi/lL 06/15/21 10:31 06/16/21 11:17 1
Europium-155 812 U 16.8 16.8 224 pCilL 06/15/21 10:31 06/16/21 11:17 1
Potassium-40 168 U 821 82.1 114 pCi/lL 06/15/21 10:31 06/16/21 11:17 1
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July 26, 2021

Client Sample Results

Client: Central Plateau Cleanup Company LLC

Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: SM 7500 - lodine-129 (LSC)

7CIient Sample ID: B410M4
Date Collected: 06/09/21 10:15
Date Received: 06/11/21 09:00

Lab Sample ID: 160-42396-10
Matrix: Water

Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
lodine-129 6.05 0.625 0.769 1.00 0.678 pCi/lL 06/28/21 11:28 07/03/21 20:08 1
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
| Carrier 78.0 40-110 06/28/21 11:28 07/03/21 20:08 1
Client Sample ID: B410M3 Lab Sample ID: 160-42396-11
Date Collected: 06/09/21 10:15 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
lodine-129 6.38 0.691 0.837 1.00 0.765 pCi/lL 06/28/21 11:28 07/03/21 21:14 1
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
| Carrier 68.7 40-110 06/28/21 11:28 07/03/21 21:14 1
Method: SR-03-RC - Total Beta Strontium (GFPC)
Client Sample ID: B410P5 Lab Sample ID: 160-42396-3
Date Collected: 06/09/21 07:00 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Strontium 89/90 -0.025 U 0.0916 0.0916 2.00 0.164 pCi/lL 06/22/21 09:03 07/07/21 07:57 1
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
Sr Carrier 86.2 40-110 06/22/21 09:03 07/07/21 07:57 1
Client Sample ID: B415K6 Lab Sample ID: 160-42396-6
Date Collected: 06/09/21 11:51 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Strontium 89/90 -0.15 U 0.0714 0.0721 2.00 0.149 pCi/L 06/22/21 09:03 07/07/21 07:58 1
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
Sr Carrier 86.1 40-110 06/22/21 09:03 07/07/21 07:58 1
Client Sample ID: B415V9 Lab Sample ID: 160-42396-7
Date Collected: 06/09/21 11:01 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Strontium 89/90 54.2 0.879 3.89 2.00 0.148 pCi/lL 06/22/21 09:03 07/07/21 17:52 1
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
Sr Carrier 83.6 40-110 06/22/21 09:03 07/07/21 17:52 1
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July 26, 2021
Client Sample Results

Client: Central Plateau Cleanup Company LLC

Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: ST-RC-0079 - Selenium-79 (LSC)

7CIient Sample ID: B410R2
Date Collected: 06/09/21 08:23
Date Received: 06/11/21 09:00

Lab Sample ID: 160-42396-8
Matrix: Water

Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Se-79 977 U 10.1 10.1 50.0 16.4 pCilL 07/02/21 16:52 07/14/21 05:25 1
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
Se 67.0 40-110 07/02/21 16:52 07/14/21 05:25 1
Client Sample ID: B410R1 Lab Sample ID: 160-42396-9
Date Collected: 06/09/21 07:00 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Se-79 917 U 10.1 10.1 50.0 16.5 pCi/lL 07/02/21 16:52 07/14/21 06:31 1
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
Se 66.5 40-110 07/02/21 16:52 07/14/21 06:31 1
Client Sample ID: B410M4 Lab Sample ID: 160-42396-10
Date Collected: 06/09/21 10:15 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Se-79 433 U 8.96 8.97 50.0 15.1 pCilL 07/02/21 16:52 07/14/21 07:37 1
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
Se 73.5 40-110 07/02/21 16:52 07/14/21 07:37 1
Client Sample ID: B410M3 Lab Sample ID: 160-42396-11
Date Collected: 06/09/21 10:15 Matrix: Water
Date Received: 06/11/21 09:00
Count Total
Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Se-79 142 U 9.48 9.61 50.0 15.0 pCi/lL 07/02/21 16:52 07/14/21 08:43 1
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
Se 73.5 40-110 07/02/21 16:52 07/14/21 08:43 1
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July 26, 2021
QC Sample Results

Client: Central Plateau Cleanup Company LLC

Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: 6010D - Metals (ICP)

7Lab Sample ID: MB 160-516462/1-A
Matrix: Water
Analysis Batch: 517575

Client Sample ID: Method Blank
Prep Type: Total/NA
Prep Batch: 516462
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MB MB
Analyte Result Qualifier RL MDL Unit D Prepared Analyzed Dil Fac
Calcium 300 U 1000 300 ug/L ©06/28/21 18:24 07/07/21 22:21 1
Chromium 30 U 10.0 3.0 ug/L 06/28/21 18:24 07/07/21 22:21 1
Iron 53.0 U 100 53.0 ug/L 06/28/21 18:24 07/07/21 22:21 1
Magnesium 300 U 1000 300 ug/L 06/28/21 18:24 07/07/21 22:21 1
Manganese 40 U 15.0 4.0 ug/L 06/28/21 18:24 07/07/21 22:21 1
Nickel 10.0 U 40.0 10.0 ug/L 06/28/21 18:24 07/07/21 22:21 1
Potassium 1500 U 5000 1500 ug/L 06/28/21 18:24 07/07/21 22:21 1
Sodium 300 U 1000 300 ug/L 06/28/21 18:24 07/07/21 22:21 1
Lab Sample ID: LCS 160-516462/2-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517575 Prep Batch: 516462
Spike LCS LCS %Rec.
Analyte Added Result Qualifier Unit D %Rec Limits
Calcium 10000 9501 ug/L B 95 80-120
Chromium 1000 927.9 ug/L 93 80-120
Iron 10000 9883 ug/L 99 80-120
Magnesium 10000 9788 ug/L 98 80-120
Manganese 1000 1051 ug/L 105 80-120
Nickel 1000 1001 ug/L 100 80-120
Potassium 10000 9689 ug/L 97 80-120
Sodium 10000 9715 ug/L 97 80-120
Lab Sample ID: 160-42468-A-1-B MS Client Sample ID: Matrix Spike
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517575 Prep Batch: 516462
Sample Sample Spike MS MS %Rec.
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits
Calcium 27800 10000 38520 ug/L B 107 75-125
Chromium 36 B 1000 945.7 ug/L 94 75-125
Iron 53.0 U 10000 10190 ug/L 102 75-125
Magnesium 7860 10000 18270 ug/L 104 75-125
Manganese 40 U 1000 1089 ug/L 109 75-125
Nickel 10.0 U 1000 1035 ug/L 104 75-125
Potassium 74400 10000 88720 X ug/L 143 75-125
Sodium 72100 10000 85470 X ug/L 134 75-125
Lab Sample ID: 160-42468-A-1-C MSD Client Sample ID: Matrix Spike Duplicate
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517575 Prep Batch: 516462
Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Calcium 27800 10000 38550 ug/L B 107 75-125 0 20
Chromium 36 B 1000 931.3 ug/L 93 75-125 2 20
Iron 53.0 U 10000 10110 ug/L 101 75-125 1 20
Magnesium 7860 10000 18420 ug/L 106 75-125 1 20
Manganese 40 U 1000 1084 ug/L 108 75-125 0 20
Nickel 10.0 U 1000 1028 ug/L 103 75-125 1 20
Potassium 74400 10000 89580 X ug/L 152 75-125 1 20
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July 26, 2021

QC Sample Results

Client: Central Plateau Cleanup Company LLC
Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: 6010D - Metals (ICP) (Continued)

Lab Sample ID: 160-42468-A-1-C MSD Client Sample ID: Matrix Spike Duplicate
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517575 Prep Batch: 516462
Sample Sample Spike MSD MSD %Rec. RPD
Analyte Result Qualifier Added Result Qualifier Unit D %Rec Limits RPD Limit
Sodium 72100 10000 86190 X ug/L 141 75.125 1 20
Method: 906.0 - Tritium, Total (LSC)
Lab Sample ID: MB 160-516827/1-A Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517110 Prep Batch: 516827
Count Total
MB MB Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Tritium 234 U 172 172 500 306 pCillL 07/01/21 10:22 07/03/21 17:09 1
Lab Sample ID: LCS 160-516827/2-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517110 Prep Batch: 516827
Total
Spike LCS LCS Uncert. %Rec.
Analyte Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Tritium 2310 2018 358 500 304 pCilL 87 80-120
Lab Sample ID: 160-42328-A-6-D MS Client Sample ID: Matrix Spike
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517110 Prep Batch: 516827
Total
Sample Sample Spike MS MS Uncert. %Rec.
Analyte Result Qual Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Tritium 297 U 2290 2730 422 500 304 pCilL 106  75-125
Lab Sample ID: 160-42328-A-7-D DU Client Sample ID: Duplicate
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517110 Prep Batch: 516827
Total
Sample Sample DU DU Uncert. RPD
Analyte Result Qual Result Qual (20+/-) RL MDC Unit RPD Limit
Tritium 15100 15610 1560 500 304 pCilL 3 20
Method: 9310 - Gross Alpha / Beta (GFPC)
Lab Sample ID: MB 160-515891/1-A Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 519470 Prep Batch: 515891
Count Total
MB MB Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Gross Alpha 0.771 U 0.732 0.737 3.00 1.16 pCilL 06/24/21 12:19  07/20/21 12:56 1
Gross Beta 0.139 U 0.567 0.568 4.00 0.970 pCilL 06/24/21 12:19  07/20/21 12:56 1
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QC Sample Results

Client: Central Plateau Cleanup Company LLC
Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: 9310 - Gross Alpha / Beta (GFPC) (Continued)
Lab Sample ID: LCS 160-515891/2-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 519315 Prep Batch: 515891
Total
Spike LCS LCS Uncert. %Rec.
Analyte Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Gross Alpha 51.4 53.59 8.11 3.00 2.74 pCilL 104  80-120
Lab Sample ID: LCSB 160-515891/3-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 519315 Prep Batch: 515891
Total
Spike LCSB LCSB Uncert. %Rec.
Analyte Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Gross Beta 82.0 84.79 9.02 4.00 1.09 pCilL 103 80-120
Lab Sample ID: 160-42468-A-21-B MS Client Sample ID: Matrix Spike
Matrix: Water Prep Type: Total/NA
Analysis Batch: 519413 Prep Batch: 515891
Total
Sample Sample Spike MS MS Uncert. %Rec.
Analyte Result Qual Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Gross Alpha 162 U 66.5 73.39 10.3 3.00 2.81 pCilL 108  70-130
Lab Sample ID: 160-42468-A-21-C MSBT Client Sample ID: Matrix Spike
Matrix: Water Prep Type: Total/NA
Analysis Batch: 519413 Prep Batch: 515891
Total
Sample Sample Spike MSBT MSBT Uncert. %Rec.
Analyte Result Qual Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Gross Beta 0.177 U 106 118.0 12.5 4.00 1.27 pCilL 111 70-130
Lab Sample ID: 160-42468-A-21-D DU Client Sample ID: Duplicate
Matrix: Water Prep Type: Total/NA
Analysis Batch: 519494 Prep Batch: 515891
Total
Sample Sample DU DU Uncert. RPD
Analyte Result Qual Result Qual (20+/-) RL MDC Unit RPD Limit
Gross Alpha 2.80 2428 U 2.05 3.00 3.18 pCill 14 20
Gross Beta 2.70 1.215 Uy 0.829 4.00 1.23 pCi/lL 76 20
Method: C-01-1 - Carbon-14 (EERF C-01-1)
Lab Sample ID: MB 160-516937/1-A Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517114 Prep Batch: 516937
Count Total
MB MB Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Carbon-14 1.201 U 7.99 7.99 20.0 13.5 pCilL 07/02/21 09:27 07/04/21 04:34 1

Page 34 of 41

Eurofins TestAmerica, St. Louis

34 of 41 7/26/2021



SL42396-1

Client: Central Plateau Cleanup Company LLC
Project/Site: 121-024, S21-006, X21-060

July 26, 2021
QC Sample Results

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: C-01-1 - Carbon-14 (EERF C-01-1) (Continued)

7Lab Sample ID: LCS 160-516937/2-A
Matrix: Water
Analysis Batch: 517114

Client Sample ID: Lab Control Sample
Prep Type: Total/NA
Prep Batch: 516937

Total
Spike LCS LCS Uncert. %Rec.
Analyte Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Carbon-14 1120 1102 122 20.0 13.5 pCilL 98  80-120
Lab Sample ID: 160-42264-A-4-D MS Client Sample ID: Matrix Spike
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517114 Prep Batch: 516937
Total
Sample Sample Spike MS MS Uncert. %Rec.
Analyte Result Qual Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Carbon-14 128 1120 1233 136 20.0 13.3 pCilL 98  75-125
Lab Sample ID: 160-42264-A-1-C DU Client Sample ID: Duplicate
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517114 Prep Batch: 516937
Total
Sample Sample DU DU Uncert. RPD
Analyte Result Qual Result Qual (20+/-) RL MDC Unit RPD Limit
Carbon-14 40.7 37.04 9.86 20.0 13.3 pCilL 9 20

Method: GA-01-R - Cesium-137 & Other Gamma Emitters (GS)

" Lab Sample ID: MB 160-514310/1-A
Matrix: Water
Analysis Batch: 514514

Client Sample ID: Method Blank

Prep Type: Total/NA
Prep Batch: 514310
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Count Total
MB MB Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Antimony-125 18.42 U 13.7 13.9 18.6 pCi/L 06/15/21 10:31 06/16/21 11:14 1
Cesium-134 10.11 U 10.4 10.4 19.2 pCi/lL 06/15/21 10:31 06/16/21 11:14 1
Cesium-137 3.147 U 6.49 6.50 15.0 11.0 pCi/lL 06/15/21 10:31 06/16/21 11:14 1
Cobalt-60 -0.258 U 8.66 8.66 9.63 pCi/lL 06/15/21 10:31 06/16/21 11:14 1
Europium-152 4.530 U 7.52 7.54 28.1 pCi/lL 06/15/21 10:31 06/16/21 11:14 1
Europium-154 1411 U 22.7 22.8 86.3 pCi/lL 06/15/21 10:31 06/16/21 11:14 1
Europium-155 3.523 U 14.6 14.6 19.8 pCi/lL 06/15/21 10:31 06/16/21 11:14 1
Potassium-40 28.36 U 55.2 55.3 87.2 pCi/lL 06/15/21 10:31 06/16/21 11:14 1
Lab Sample ID: LCS 160-514310/2-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 514525 Prep Batch: 514310
Total

Spike LCS LCS Uncert. %Rec.
Analyte Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Americium-241 135000 136800 16100 372 pCi/lL 101 80-120
Cesium-137 42600 43300 5100 15.0 80.3 pCi/lL 102 80-120
Cobalt-60 22500 22980 2710 55.8 pCi/lL 102 80-120
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Rev. 0

Client: Central Plateau Cleanup Company LLC

Project/Site: 121-024, S21-006, X21-060

Job ID: 160-42396-1
SDG: SL42396-1

Method: GA-01-R - Cesium-137 & Other Gamma Emitters (GS) (Continued)

Lab Sample ID: 160-42396-11 DU Client Sample ID: B410M3
Matrix: Water Prep Type: Total/NA
Analysis Batch: 514516 Prep Batch: 514310
Total
Sample Sample DU DU Uncert. RPD
Analyte Result Qual Result Qual (20+/-) RL MDC Unit RPD Limit
Antimony-125 741 U 7.700 U 14.4 23.1 pCill 4 25
Cesium-134 195 U 8.356 Uy 8.85 20.4 pCilL 124 25
Cesium-137 3.02 U 1.727 Uy 6.17 15.0 10.7 pCilL 55 30
Cobalt-60 259 U 1627 Uy 4.76 9.31 pCilL 46 30
Europium-152 204 U 3.338 Uy 3.55 33.2 pCilL 144 30
Europium-154 292 U 20.29 Uy 32.3 84.4 pCilL 150 30
Europium-155 812 U -7.32 Uy 17.5 24.7 pCilL 3835 30
Potassium-40 168 U 3596 Uy 61.8 98.8 pCilL 182 25
Method: SM 7500 - lodine-129 (LSC)
Lab Sample ID: MB 160-516407/1-A Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517112 Prep Batch: 516407
Count Total
MB MB Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
lodine-129 0.0573 U 0.395 0.395 1.00 0.681 pCillL 06/28/21 11:28 07/03/21 07:59 1
MB MB
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
| Carrier 78.7 40-110 06/28/21 11:28 07/03/21 07:59 1
Lab Sample ID: LCS 160-516407/2-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517112 Prep Batch: 516407
Total
Spike LCS LCS Uncert. %Rec.
Analyte Added Result Qual (20+/-) RL MDC Unit %Rec Limits
lodine-129 13.9 14.83 1.43 1.00 0.749 pCilL 107  80-120
LCS LCS
Carrier %Yield Qualifier Limits
| Carrier 68.0 40-110
Lab Sample ID: 160-42295-A-2-E DU Client Sample ID: Duplicate
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517112 Prep Batch: 516407
Total
Sample Sample DU DU Uncert. RPD
Analyte Result Qual Result Qual (20+/-) RL MDC Unit RPD Limit
lodine-129 2.95 2.965 0.606 1.00 0.755 pCilL 05 20
DU DU
Carrier %Yield Qualifier Limits
| Carrier 75.3 40-110
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SL42396-1

July 26, 2021
QC Sample Results

Rev. 0

Client: Central Plateau Cleanup Company LLC
Project/Site: 121-024, S21-006, X21-060

Job ID: 160-42396-1
SDG: SL42396-1

Method: SR-03-RC - Total Beta Strontium (GFPC)

Lab Sample ID: MB 160-515400/13-A Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 518279 Prep Batch: 515400
Count Total
MB MB Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Strontium 89/90 -0.00659 U 0.0761 0.0761 2.00 0.136 pCi/L 06/22/21 09:03 07/12/21 18:58 1
MB MB
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
Sr Carrier 82.3 40-110 06/22/21 09:03 07/12/21 18:58 1
Lab Sample ID: LCS 160-515400/1-A Client Sample ID: Lab Control Sample
Matrix: Water Prep Type: Total/NA
Analysis Batch: 517564 Prep Batch: 515400
Total
Spike LCS LCS Uncert. %Rec.
Analyte Added Result Qual (20+/-) RL MDC Unit %Rec Limits
Strontium 89/90 8.20 8.271 0.679 2.00 0.127 pCi/lL 101 80-120
LCS LCS
Carrier %Yield Qualifier Limits
Sr Carrier 81.2 40-110
Lab Sample ID: LCSD 160-515400/2-A Client Sample ID: Lab Control Sample Dup
Matrix: Water Prep Type: Total/NA
Analysis Batch: 518165 Prep Batch: 515400
Total
Spike LCSD LCSD Uncert. %Rec. RPD
Analyte Added Result Qual (20+/-) RL MDC Unit %Rec Limits RPD Limit
Strontium 89/90 8.20 7.967 0.649 2.00 0.123 pCi/L 97 80-120 4 20
LCSD LCSD
Carrier %Yield Qualifier Limits
Sr Carrier 84.8 40-110
Method: ST-RC-0079 - Selenium-79 (LSC)
Lab Sample ID: MB 160-517078/1-A Client Sample ID: Method Blank
Matrix: Water Prep Type: Total/NA
Analysis Batch: 518570 Prep Batch: 517078
Count Total
MB MB Uncert. Uncert.
Analyte Result Qualifier (20+/-) (20+/-) RL MDC Unit Prepared Analyzed Dil Fac
Se-79 7.857 U 9.44 9.48 50.0 15.5 pCi/lL 07/02/21 16:52 07/13/21 23:54 1
MB MB
Carrier %Yield Qualifier Limits Prepared Analyzed Dil Fac
Se 70.7 40-110 07/02/21 16:52 07/13/21 23:54 1
Lab Sample ID: 160-42374-B-6-B DU Client Sample ID: Duplicate
Matrix: Water Prep Type: Total/NA
Analysis Batch: 518570 Prep Batch: 517078
Total
Sample Sample DU DU Uncert. RPD
Analyte Result Qual Result Qual (20+/-) RL MDC Unit RPD Limit
Se-79 1.9 U 10.65 U 10.1 50.0 16.4 pCill N 20
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SL42396-1 July 26, 2021

QC Sample Results
Client: Central Plateau Cleanup Company LLC
Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Method: ST-RC-0079 - Selenium-79 (LSC) (Continued)

DU DU
Carrier %Yield Qualifier Limits
Se 67.4 40-110
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SL42396-1

Client: Central Plateau Cleanup Company LLC

July 26, 2021

QC Association Summary

Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1

SDG: SL42396-1

Metals
Prep Batch: 516462
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-1 B413T7 Dissolved Water 3010A
160-42396-2 B413T5 Total/NA Water 3010A
MB 160-516462/1-A Method Blank Total/NA Water 3010A
LCS 160-516462/2-A Lab Control Sample Total/NA Water 3010A
160-42468-A-1-B MS Matrix Spike Total/NA Water 3010A
160-42468-A-1-C MSD Matrix Spike Duplicate Total/NA Water 3010A
Analysis Batch: 517575
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
MB 160-516462/1-A Method Blank Total/NA Water 6010D 516462
LCS 160-516462/2-A Lab Control Sample Total/NA Water 6010D 516462
160-42468-A-1-B MS Matrix Spike Total/NA Water 6010D 516462
160-42468-A-1-C MSD Matrix Spike Duplicate Total/NA Water 6010D 516462
Analysis Batch: 518285
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-1 B413T7 Dissolved Water 6010D 516462
160-42396-2 B413T5 Total/NA Water 6010D 516462
Analysis Batch: 518302
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-1 B413T7 Dissolved Water 6010D 516462
160-42396-2 B413T5 Total/NA Water 6010D 516462
Rad
Prep Batch: 514310
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-10 B410M4 Total/NA Water Fill_Geo-0
160-42396-11 B410M3 Total/NA Water Fill_Geo-0
MB 160-514310/1-A Method Blank Total/NA Water Fill_Geo-0
LCS 160-514310/2-A Lab Control Sample Total/NA Water Fill_Geo-0
160-42396-11 DU B410M3 Total/NA Water Fill_Geo-0
Prep Batch: 515400
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-3 B410P5 Total/NA Water PrecSep_0
160-42396-6 B415K6 Total/NA Water PrecSep_0
160-42396-7 B415V9 Total/NA Water PrecSep_0
MB 160-515400/13-A Method Blank Total/NA Water PrecSep_0
LCS 160-515400/1-A Lab Control Sample Total/NA Water PrecSep_0
LCSD 160-515400/2-A Lab Control Sample Dup Total/NA Water PrecSep_0
Prep Batch: 515891
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-12 B41311 Total/NA Water Evaporation
160-42396-13 B413M5 Total/NA Water Evaporation
160-42396-14 B41355 Total/NA Water Evaporation
160-42396-15 B41354 Total/NA Water Evaporation
160-42396-16 B413M4 Total/NA Water Evaporation
MB 160-515891/1-A Method Blank Total/NA Water Evaporation
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SL42396-1

July 26, 2021

QC Association Summary

Client: Central Plateau Cleanup Company LLC
Project/Site: 121-024, S21-006, X21-060

Rev. 0

Job ID: 160-42396-1
SDG: SL42396-1

Rad (Continued)

Prep Batch: 515891 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
LCS 160-515891/2-A Lab Control Sample Total/NA Water Evaporation
LCSB 160-515891/3-A Lab Control Sample Total/NA Water Evaporation
160-42468-A-21-B MS Matrix Spike Total/NA Water Evaporation
160-42468-A-21-C MSBT Matrix Spike Total/NA Water Evaporation
160-42468-A-21-D DU Duplicate Total/NA Water Evaporation
Prep Batch: 516407
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-10 B410M4 Total/NA Water SM 7500
160-42396-11 B410M3 Total/NA Water SM 7500
MB 160-516407/1-A Method Blank Total/NA Water SM 7500
LCS 160-516407/2-A Lab Control Sample Total/NA Water SM 7500
160-42295-A-2-E DU Duplicate Total/NA Water SM 7500
Prep Batch: 516827
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-3 B410P5 Total/NA Water LSC_Dist_Susp
160-42396-4 B415K9 Total/NA Water LSC_Dist_Susp
160-42396-5 B415W5 Total/NA Water LSC_Dist_Susp
MB 160-516827/1-A Method Blank Total/NA Water LSC_Dist_Susp
LCS 160-516827/2-A Lab Control Sample Total/NA Water LSC_Dist_Susp
160-42328-A-6-D MS Matrix Spike Total/NA Water LSC_Dist_Susp
160-42328-A-7-D DU Duplicate Total/NA Water LSC_Dist_Susp
Prep Batch: 516937
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-3 B410P5 Total/NA Water LSC_Dist_Susp
160-42396-10 B410M4 Total/NA Water LSC_Dist_Susp
160-42396-11 B410M3 Total/NA Water LSC_Dist_Susp
MB 160-516937/1-A Method Blank Total/NA Water LSC_Dist_Susp
LCS 160-516937/2-A Lab Control Sample Total/NA Water LSC_Dist_Susp
160-42264-A-4-D MS Matrix Spike Total/NA Water LSC_Dist_Susp
160-42264-A-1-C DU Duplicate Total/NA Water LSC_Dist_Susp
Prep Batch: 517078
Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch
160-42396-8 B410R2 Total/NA Water Ext_Chrom_LSC
160-42396-9 B410R1 Total/NA Water Ext_Chrom_LSC
160-42396-10 B410M4 Total/NA Water Ext_Chrom_LSC
160-42396-11 B410M3 Total/NA Water Ext_Chrom_LSC
MB 160-517078/1-A Method Blank Total/NA Water Ext_Chrom_LSC
160-42374-B-6-B DU Duplicate Total/NA Water Ext_Chrom_LSC
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SL42396-1 July 26, 2021 Rev. 0
Tracer/Carrier Summary

Client: Central Plateau Cleanup Company LLC Job ID: 160-42396-1
Project/Site: 121-024, S21-006, X21-060 SDG: SL42396-1
Method: SM 7500 - lodine-129 (LSC)
Matrix: Water Prep Type: Total/NA
Percent Yield (Acceptance Limits)
1(C)
Lab Sample ID Client Sample ID (40-110)
160-42295-A-2-E DU Duplicate 75.3
160-42396-10 B410M4 78.0
160-42396-11 B410M3 68.7
LCS 160-516407/2-A Lab Control Sample 68.0
MB 160-516407/1-A Method Blank 78.7
Tracer/Carrier Legend
I (C) = | Carrier
Method: SR-03-RC - Total Beta Strontium (GFPC)
Matrix: Water Prep Type: Total/NA
Percent Yield (Acceptance Limits)
Sr
Lab Sample ID Client Sample ID (40-110)
160-42396-3 B410P5 86.2
160-42396-6 B415K6 86.1
160-42396-7 B415V9 83.6
LCS 160-515400/1-A Lab Control Sample 81.2
LCSD 160-515400/2-A Lab Control Sample Dup 84.8
MB 160-515400/13-A Method Blank 82.3
Tracer/Carrier Legend
Sr = Sr Carrier
Method: ST-RC-0079 - Selenium-79 (LSC)
Matrix: Water Prep Type: Total/NA
Percent Yield (Acceptance Limits)
Se
Lab Sample ID Client Sample ID (40-110)
160-42374-B-6-B DU Duplicate 67.4
160-42396-8 B410R2 67.0
160-42396-9 B410R1 66.5
160-42396-10 B410M4 73.5
160-42396-11 B410M3 73.5
MB 160-517078/1-A Method Blank 70.7

Tracer/Carrier Legend
Se = Se
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