
April 01, 2025  

Ms. Heather Medley  

Central Plateau Cleanup Company  

200 East / MO-277 / 108  

PO Box 1600  

Richland, Washington 99352  

Re: SAF I25-014  

Work Order: 711647  

SDG: GEL711647  

Dear Ms. Medley: 

GEL Laboratories, LLC (GEL) appreciates the opportunity to provide the enclosed analytical results for the

sample(s) we received on March 04, 2025. This original data report has been prepared and reviewed in accordance

with GEL’s standard operating procedures. 

Test results for NELAP or ISO 17025 accredited tests are verified to meet the requirements of those standards, with

any exceptions noted. The results reported relate only to the items tested and to the sample as received by the

laboratory. These results may not be reproduced except as full reports without approval by the laboratory. Copies of

GEL’s accreditations and certifications can be found on our website at www.gel.com. 

Our policy is to provide high quality, personalized analytical services to enable you to meet your analytical needs on

time every time. We trust that you will find everything in order and to your satisfaction. If you have any questions,

please do not hesitate to call me at (843) 556-8171, ext. 4505.  

Sincerely,

PM_SIGN_HERE 

Heather Shaffer

Project Manager

Purchase Order: 901852-7H  

Chain of Custody: I25-014-002, I25-014-003, I25-014-004, I25-014-005, I25-014-007 and I25-014-008  

Enclosures 

Latarsha Green for
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General Narrative

for 

Central Plateau Cleanup Company (89223)

SAF I25-014 

SDG: GEL711647 

April 01, 2025  

 

Laboratory Identification:  

 

The GEL Group, Inc. 

Summary 

Sample receipt 

The sample(s) arrived at GEL Laboratories, LLC, Charleston, South Carolina on March 04, 2025, for analysis. The

samples were delivered with proper chain of custody documentation and signatures. All sample containers arrived

without any visible signs of tampering or breakage. There are no additional comments concerning sample receipt. 

Items of Note All efforts were made by the lab to meet any short hold times. Samples that were analyzed outside of

the initial hold time but still within 2X hold time will be noted in the lab case narrative. 

Sample Identification  

The laboratory received the following samples:  

Laboratory

Identification
     

Sample

Description

711647001   B4KYK4

711647002   B4KYK5

711647003   B4KYL2

711647004   B4KYH6

711647005   B4KYH8

711647006   B4KYJ3

711647007   B4KYJ5

711647008   B4KYJ6

Case Narrative 

Sample analyses were conducted using methodology as outlined in GEL Laboratories, LLC (GEL) Standard

Operating Procedures. Any technical or administrative problems during analysis, data review, and reduction are

contained in the analytical case narratives in the enclosed data package. 
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Data Package 

The enclosed data package contains the following sections: General Narrative, Chain of Custody and Supporting

Documentation, and data from the following fractions: GC/MS Volatile, General Chemistry, Radiochemistry and

Metals. 

We certify that this package is in compliance with the Analytical Laboratory Services for Central Plateau Cleanup

Company Statement of Work, both technically and for completeness, including a full description of, explanation of,

and corrective actions for, any and all deviations, from either the analyses requested or the case narrative requested.

Release of the data contained in this data package deliverable has been authorized by the Laboratory Analytical

Manager (or designee) and the laboratory’s client services representative as verified by their signatures on this report. 

 

 

 

 

PM_SIGN_HERE 

Heather Shaffer 

Project Manager

Latarsha Green for
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Technical Case Narrative  

Central Plateau Cleanup Company  

SDG #: GEL711647  

Work Order #: 711647

 

GC/MS Volatile  

 

Volatile Organic Compounds (VOC) by Gas Chromatograph/Mass Spectrometer  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable.  

 

 

Metals  

 

 

Determination of Metals by ICP  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Quality Control (QC) Information  

 

Method Blank (MB) Statement  

The method blanks (MB) analyzed with this SDG met the acceptance criteria. However, where there were positive

hits in the method blank, the results were evaluated and appropriately flagged on the data. 

Sample Analyte Value

1206025076 (MB) Potassium 107 between (50 - 250)

 

 

 

 

Determination of Metals by ICP-MS  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable.  

 

 

General Chemistry  

 

 

Total Organic Halogens (TOX)  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable.  

 

 

Page 4 of 92    SDG: GEL711647

GEL711647 April 1, 2025 Rev. 0

Page 6 of 94



 

Total Organic Halogens (TOX)  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable.  

 

 

 

Nitrate Nitrite by Cadmium Reduction  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Technical Information  

 

Sample Dilutions  

The following samples 1206048825 (B4KYK4DUP), 1206048831 (B4KYK4PS), 711647001 (B4KYK4),

711647002 (B4KYK5), 711647003 (B4KYL2), 711647004 (B4KYH6), 711647006 (B4KYJ3) and 711647008

(B4KYJ6) were diluted because target analyte concentrations exceeded the calibration range. 

Analyte
711647

001 002 003 004 006 008

Nitrogen, Nitrate/Nitrite 5X 5X 25X 25X 50X 50X 

 

 

 

Solids, Total Dissolved  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable.  

 

 

 

Alkalinity  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Quality Control (QC) Information  

 

Laboratory Control Sample Duplicate (LCSD)  

An LCSD was used in place of matrix QC due to limited sample volume.  

 

 

Radiochemistry  

 

 

SMR_I129LOWLEVEL_RAD  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing
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calibration, instrument controls and process controls where applicable.  

 

 

 

SMR_ALPHABETA_GPC  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Technical Information  

 

Gross Alpha/Beta Preparation Information  

High hygroscopic salt content in evaporated samples can cause the sample mass to fluctuate due to moisture

absorption. To minimize this interference, the salts are converted to oxides by heating the sample under a flame until

a dull red color is obtained. The conversion to oxides stabilizes the sample weight and ensures that proper alpha/beta

efficiencies are assigned for each sample. Volatile radioisotopes of carbon, hydrogen, technetium, polonium and

cesium may be lost during sample heating.  

 

 

 

SMR_TOTAL ALPHA RA_GPC  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Technical Information  

 

Recounts  

Sample 1206027661 (LCS) was recounted due to high recovery. The recount is reported.  

 

 

 

SMR_TC99_LSC  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable.  

 

Certification Statement  

 

Where the analytical method has been performed under NELAP certification, the analysis has met all of the

requirements of the NELAC standard unless otherwise noted in the analytical case narrative. 
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Centra]l 
C.O.I .# 

Plateau Cleanup 
CHA' N OF CUSTODY/SAMPLE ANALYSIS REQUEST 12! •-014-002 

Company 
PAGE 1 OF 1 

Collector: ~ntbony Noggles I CPCC Contact/R1 ~quester: Karen Waters-Husted Telephone No.: 509-376-4650 
I 

SAF No.: 125-014 Sampling C trigin: Hanford Site Purchase Order/Charge Code! 90 852 

Project Title: ERDF, March 2025 Logbook N t>.: HNF-N-506 ·- ILf 'i5 ) o \ Ice Chest No.: (,-µS ~ / ~ 

Shipped To (La~): I GEL Laboratories, LLC I 
I 

Bill of Lading/ Air Bill No.: 7 7o9 -/'-( oL; 0 SI] Method of Shipment: Commercial Carrier 

Protocol: CERCLA Priority: 30 Days Offsite Property No.: N/ A 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS 

** * * Contains RLdioactive Material at concentrations that are not regulated fo transportation N/A 
per 49 CFR / IATi Dangerous Goods Regulations but are not releasable per DC E Order 458. t 

Sample No. Filter * Date Time No./ Type Container Sample Analysis Holding Ti"1e Preservation 

B4KYK4 N I w 
> 0 3 2025 1)~( lx250-mL G/P 2320B_ ALKALINITY: COMMON 14 Days Co ) I <=6C 

MA 
B4KYK4 N w lx250-ml G/P 2540C_ TDS: COMMmJ 7 Days 

I 
Co ) I <=6C 

B4KYK4 N w lx~mLG/P 353.2_1 ~O2/NO3: COMMON 28 Days H2 bO4 to pH <2 / Cool 
1 ~ ;J. ~;,9;75 <c 6C 

B4KYK4 N I w 4x40-ml aGs* 8260_\i bA_GCMS: GW 05 14 Days HC or H2SO4 to pH 
<, / Cool <=6C 

B4KYK4 N w lx250-mL aGs* 9020_1 bX: COMMON 28 Days H2 bO4 to pH <2 / Cool 
<= 6C 

B4KYK4 N w ,,_I I lxl-L G/P SMR_A PHABETA_GPC 6 Months H~ 03 to pH <2 
.~ 

B4KYK4 N I w 
R 0 3 2025 ~, lxl-L G/P SMR_TI DTAL ALPHA RA_GPC 6 Months H~ 03 to pH <2 

M, 

I 
I Relinquished By Received By Matrix * 

s = S@il DS = Drum Solids 
Print First and Last Name Signature Date/Time Print First and Last Name ,.,.., _ /'"\ Signature Datej77me SE = sJdiment DL = Drum Liquids 

1 , MAR U 3 ZUZ5 tA::},'z3 -~:-:;,_ I "~hrid~~JCPCC. u"'v JJJ f MAR 0 3 2025 rR~ = S~lid Anthony Noggles I CP~C - , _.,, so T = Tissue 
.__ F = Sl~dge 

""" 1 r J..., ~J'J. Mf\R I ~\~t\i5 
.. , . . .. 

FEOEX I "' SL WI = Wipe 

Jim lochrldge/CPCC w = 4ater L = Liquid 

I I "'" FedEx _/4 _ffotnU JAR 0 A 202f Q.l{_ 0 0 = 01 V = Vegetation 
A = Ai X = Other 

I 
~-~~, ~~~··· . -

I 
I 

FINAL SAMPLE I Disposal Method (e.g., Return to customer, per lab procedu e, used in process): I Disposed By: Date/Time: 

DISPOSITION 

Printed On 1r 31/2024 FSR ID = FSR153893 Re ort Format: 02/29/2024 

r 
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I 7 \\ l.Jt,11 
I c.o c. # 

Central Plateau Cleanup 
CHA [N OF CUSTODY/SAMPLE ANALYSIS REQUEST 12 ,-014-003 

I Co mpany 
PAGE 1 OF 1 

Collector: j ony Noggles/ CPCC Contact/R equester: Karen Waters-Husted Telephone No.: 
I 

509-376-4650 
I 

SAF No.: I 125-014 Sampling Origin: Hanford Site Purchase Order/Charge CodJ: 9( 1852 
I 

Project Title: I ERDF, March 2025 Logbook II o.: HNF-N-506 -,4~ I ~l Ice Chest No.: Gw 5-'71rl 
Shipped To (L~b): I GEL Laboratories, LLC I Method of Shipment: Commercial Carrier Bill of Lading/ Air Bill No.: J ] J<- I LjLj OL; 65)) 
Protocol: I CERCLA Priority: 30 Days Offsite Property No.: N/A 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS 

** ** Contains Radioactive Material at concentrat ions that are not regulated fc r transportation N/A 
per 49 CFR / IAI A Dangerous Goods Regulations but are not releasable per D( DE Order 458.1 

Sample No. Filter * Date Time No./Type Container Sample Analysis Holding Ti\Tie Preservation 

B4KYK5 N I 
w Di?J\ l x250-mL G/P 2320B ALKALINITY: COMMON 14 Days C< ol < =6C 

~ AR O 1 707' 
B4KYK5 

N I 
w ' lx250-ml G/ P 2540C TD5: COMMON 7 Days C< ol <=6C 

B4KYK5 N w lx~-mLG/P 353.2_ NO2/N03: COMMON 28 Days H 504 to pH <2 / Cool 
1.2.s- l-.rj2 ~f~..) < =6C 

B4KYK5 N w 4x40-mL aGs* 8260_1 'OA_GCM5: GW 05 14 Days HI I or H25O4 to pH 
< I Cool <=6C 

B4KYKS N w lx250-mL aGs* 9020 - OX: COMMON 28 Days H 504 to pH <2 / Cool 
< =6C 

B4KYKS N w I lxl-L G/P SMR_.A LPHABETA_GPC 6 Months Hl1 03 to pH <2 
...... ..... 

B4KYKS 
N I w ARO 3 102 ~ 'b<"66\ lxl-L G/P 5MR_T QTAL ALPHA RA_GPC 6 Months HI 03 to pH <2 

I 
l Relinquished By Received By I r- atrix * 

_/J 11 Sig'Rature 
s = Soil DS = Drum Solids 

Prir!l First and Last Name Signature Date/Time Print Hrst and Last NaJP8\ Date/T7me SE = sbdiment DL = Drum Liquids 
.. ---i v•-- ~-~ MAR O 3 2025f)q't7/ Jim Lochridge/CPCc{__/1,,,.. kJI_ .A_ MAR D 3 2025 b'f$ so = splid T = Tissue 

~ - ZS\ 

Jim lochridgelCf ec' )S 
.__,., 

~j) A l4AR O \~~ FEDEX I SL = Sludge WI = Wipe 

h, ,, /J w = j ater L = Liquid 

I - '( - ,,.,,._, ----~ MA-i\ 10 4 20Z5J 0 = Vegetation 
FedEx q40 =Oil V 

Stacv Boorn,, A = Air X = Other 

I . --

l 
I 

FINAL SAMPLE /Disposal Method (e.g., Return to customer, per lab procedu re, used in process): I Disposed By: 

I 

Date/Time: 

DISPOSITION 

Printed On 12/ 31/2024 

I 
FSR ID = FSR153893 

I 

Re port Format: 02/29/2024 



P
a
g
e
 
1
0
 
o
f
 
9
2
 
 
 
 
S
D
G
:
 
G
E
L
7
1
1
6
4
7

G
EL711647

April 1, 2025
R

ev. 0

Page 12 of 94

I I 'J 7)\ ~ 4--, 

Centrai 1d-, fl u5 c.o. : . # 
Pl ateau Cl eanup 

:N OF CUSTODY /SAMPLE ANALYSIS REQUEST 12 ,-014-004 

I Company CHA 
PAGE 1 OF 1 

Collector: Anthony Noggles / CPCC Contact/R ~quester: Karen Waters-Husted Telephone No.: 509-376-4650 
I 

SAF No.: 125-014 Sampling Drigin: Hanford Site Purchase Order/Charge CodJ: 
I 

9(1852 

Project Title: ERDF, March 2025 Logbook II o.: HNF-N-506 - 14'8' /DJ Ice Chest No.: Qµ,5° - 9r 5 
Shipped To {L~b): I GEL Laboratories, LLC I Method of Shipment: Commercial Carrier Bill of Lading/ Air Bill No.: 7 ~ a L.-) '--19 7d-)'f70 
Protocol: I CERCLA Priority: 30 Days Offsite Property No.: N/A 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS 

* * ** Contains Radioactive Material at concentrations that are not regulated fc r transportation N/A 
per 49 CFR / IAliA Dangerous Goods Regulations but are not releasable per DC )E Order 458.1 

Sample No. Filter * Date Time No./Type Container Sample Analysis Holding Tire Preservation 

B4KYL2 N I wr-1 ~K U J LULl tf\SL' lx250-mL G/P 2320B ALKALINITY: COMMON 14 Days Cc ol <=6C 

B4KYL2 N w I lx250-ml G/P 2540C TD5: COMMON 7 Days Cc ol <=6C 

B4KYL2 N I w l~mLG/~ 353.2_ NO2/NO3: COMMON 28 Days H 504 to pH <2 / Cool 
gS- ~~ < =6C 

B4KYL2 N I w lx250-ml aGs* 9020 - OX: COMMON 28 Days Ht 504 to pH <2 / Cool 
) < 6C 

B4KYL2 N I w ,/ rl 'I lx4-L G/P SMR_I 29LOWLEVEL __ RAD 6 Months N1 ne 
... 

B4KYL2 N I WM ~R D 3 2025 Cf\~ lxl-L G/P SMR_T OTAL ALPHA RA_GPC 6 Months HI 03 to pH <2 
I 

I Relinquished By Received By 
= s!oil ~ atrix * 

Print First and Aast Name 
s DS = Drum Solids 

Signature Date/Time Print First and Last Nam(]. /'\ Signature Date/Time SE = Sf diment DL = Drum Liquids 
-= '-" / 

Jim l och;idg~icP·ce o..:__·-- ·p j 0 .. MARO 3 2025 
r 

Anthony Noggles/ ~PCC ,....---~__,..... --=--.. ~ MARO 3 2025 '\G'--i \ \1 ,J so = Splid T = Tissue 

Jim Lochridae/CPjCC ( : ~J J~J 

SL = sludge WI = Wipe 

MAR n 3 2025 Mo0 FEDEX ' w = Water L = Liquid 
~ 

= d i1 r 0 - FedEx "'--"7 o-, MAR o A ?n?li qtfo 0 V = Vegetation 
I C' ............ n ..... ,,...-..:. A = Air X = Other . -

I 
.. 

I 
FINAL SAMPLE /Disposal Method (e.g., Return to customer, per lab procedure, used in process): I Disposed By: 

I 

Date/Time: 

DISPOSITIONj 

Printed On 12/31/2024 FSR ID = FSR153894 

I 

Rr ort Format: 02/ 29/2024 

I . 
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I 711 lt,L/ 1 
c.o . . # 

Centra Plateau Cleanup 
CHA N OF CUSTODY /SAMPLE ANALYSIS REQUEST 12 )-014-005 

Company 
PAGE 1 OF 1 

Collector: Anthony Noggles I CPCC Contact/R equester: Karen Waters-Husted Telephone No.: 
I 

509-376-4650 
I 

SAF No.: 125-014 Sampling Drigin: Hanford Site Purchase Order/Charge CodJ: 
I 

9(11852 

Project Title: ERDF, March 2025 Logbook II o.: HNF-N-506 ~ t 41) 7 3 / Ice Chest No.: &:0'5--9%<;" 
Shipped To {L~b ) : I GEL Laboratories, LLC I Method of 

• , I 

H '1 i a-1 F7 o Shipment: Commercial Carrier Bill of Lading/ Air Bill No.: --p7a 
Protocol: I CERCI.A Priority: 30 Days Offsite Property No.: N/A 

POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS 

** ** Contains Radioactive Material at concentrations that are not regulated fc r transportation N/A 
per 49 CFR / IAliA Dangerous Goods Regulations but are not releasable per DC )E Order 458.1 

Sample No. Fil~er * Date Time No./Type Container Sample Analysis Holding Tilne 
I 

Preservation 

B4KYH6 N I w ~AR o 3 zm l l'b3\ lx250-mL G/P 2320B ALKALINITY: COMMON 14 Days Cc ol <=6C 

B4KYH6 N w ' lx250-mL G/P 2540C TD5: COMMON 7 Days Cc ol <=6C 

B4KYH6 N w 1~-mLG~/P 353.2_ N02/N03: COMMON 28 Days H 504 to pH <2 / Cool 
,,11:Je.p ',:,Z~~-

- < =6C 

B4KYH6 
N I 

w lx250-mL aGs* 9020 - OX: COMMON 28 Days H 504 to pH <2 / Cool 
< =6C 

B4KYH6 
N I 

w lx500-mL G/P SMR_C: W6010_01; 6 Months HI J03 to pH <2 
5MR_C: W6020_01 

B4KYH6 N w V _v lxl-L G/P 5MR_T OTAL ALPHA RA_GPC 6 Months 
I 

HI 03 to pH <2 

-
B4KYH8 y w ' le>~l lxSOO-mL G/P SMR_( W6010_01; 6 Months HI 03 to pH <2 

M R n -:i 1n1~ 5MR_C: W6020_01 

I I 

l Relinquished By Received By 
= L I ~ atrix * 

Print First and Last Name /) Signatu;;,e 
s DS = Drum Solids 

Sjg_flature Date/T,'7!e Print First and Last Name Date(Time / SE = 5:ediment DL = Drum Liquids 

l --- MAR D 3 2025 
/ ··- --- .. - ... ·7-7 'i:/}!_jl_ ,,i\ so T = Tissue 

Anthony Noggles / cpcc..--:::;,, W""' ~-
\~v") •••• I - - - - MA o n 'l ?n?i;. 

= s
1

olid 

Jim Lochridge/CP~cc"" L ~ 'y_,J J! _j 
·w .,.. ..,,.., I ., ,, 

- u - --- SL = 

1
srudge WI = Wipe 

u A D n 'l ?n?~ I LJ Di) ff:DEX w = ater L = Liquid 

I 
V V f edEx /~7f~ ,Wiltif I) ., ?fl?f qJ./0 0 = ~ ii V = Vegetation 

c,,_ __ • Dr - - -. A = Air X = Other 

I 
1' ~ 

I . 

FINAL SAMPLE 'Disposal Method (e.g., Return to customer, per lab procedL re, used in process): I Disposed By: 

I 

Date/Time: 

DISPOSITION 

Printed On 1!2/31/2024 FSR ID = FSR153856 

I 

R1 port Format: 02/29/2024 

l 
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c.o;::. # 

Centra Plateau Cleanup 
Company CHA.N OF CUSTODY/SAMPLE ANALYSIS REQUEST 12 ,-014-007 

Collector: 

SAF No.: 

Anthony Noggles / CPCC 
I 

1 125-014 

Project Title: ERDF, March 2025 

Shipped To (L~b): ! GEL Laboratories, LLC 

Protocol: I CERCLA 

POSSIBLE SAMPLE HAZARDS/ REMARKS 

Contact/ R•equester: Karen Waters-Husted 

Sampling Origin: Hanfol'd Site 

Logbook II o.: HNF-N-506 --f4o1 Oi 
! Method of Shipment: Commercial Carrier 

Priority: 30 Days 

** ** Contains Radioactive Material at concentrations that are not regulated fc r transportation 
per 49 CFR / IAI A Dangerous Goods Regulations but are not releasable per D(DE Order 458.1 

SPECIAL INSTRUCTIONS 

N/A 

Sample No. 

B4KYJ3 

B4KYJ3 

B4KYJ3 

B4KYJ3 

B4KYJ3 

B4KYJ3 

B4KYJ5 

Fil~er * Date 

N I w I AR O 3 2021 

N w 

N w 

w 

N w I 
...... 

Time No./ Type Container 

I ) l O lx250-ml G/P 2320B ALKALINITY: COMMON 

lx250-ml G/P 2540C TDS: COMMON 

l)(S(l°;,ml G/P ti-:: 353.2_N02/N03: COMMON 
{P..> ~ -;:t?~-

lx250-ml aGs* 

lx500-ml G/P 

lxl-L G/P 

9020_ OX: COMMON 

SMR_( W6010_01; 
SMR_C: W6020_01 

SMR_TOTAL ALPHA RA_GPC 

y w 
ARO 3 202) \HD lx500-ml G/ P SMR_C: W6010_01; 

SMR_C: W6020_01 

Sample Analysis 

PAGE 1 OF 1 

I 
Telephone No.: 509-376-4?50 

Purchase Order/Charge CodJ: 9( 1852 
I 

Ice Chest No.: if{/\)~ l (~t) L. 
Bill of Lading/Air Bill No.: , l7d'-11 1C,03i~ i~ 
Offsite Property No.: N/A I 

Holding Tih,e 
I 

Preservation 

14 Days 
I 

C< ol <=6C 

7 Days C< ol <=6C 

28 Days 

I 

H • 504 to pH <2 / Cool 
< =6C 

28 Days 
I 

H 504 to pH <2 / Cool 
<16c 

6 Months H J03 to pH <2 

6 Months 
I 

H J03 to pH <2 

6 Months HI J03 to pH <2 

I 

Received By I ~I atrix * 
S = 1oil DS = Drum Solids 

f-l-==P.~rt~i1t~n~irst~~a~nd~L[a~st~M=a:m;ei2~~~~~3~~~51~'gn~a~tu~re~ =M~EJLa:~~D~a;te.~1/Tilimte~
1
=l==~Pr.;in~t~A~rs.;t ~an~d~L~ast~~Na2m:e:-t:=J~~/\~~~~St1g:,n=at=ur.=e~~~~~!~~~~=D=c1t.~efT,j 1:in~e/~J SE = ~edimen DL = Drum Liquids 

Relinquished By 

I Anthony NogglT \,I"\,\,~ / ~'\ , _ ~ : MARO 3 2025 \}1/\ jtm'Lochridge/CPCc{__j..._, )LI j' J MAR u J LUL!l \ \'L,') so = ~olid T = Tissue 

l 0~ I ~ t/_ ';P7/ J. FEDEX • - SL = sI1udge WI = Wipe 

~J~lm=lo~c!!!hr.,,,id.,.,aie,,_,/C'-!..P.!<.CC,e__--= L,.A'-+-"1.,i...=-.... ~/C_..-:::..i .A,-...q....;~¥---- M_ AR-'-0_ 3"---"2=02=-=S__,_l _t..\'-o_ro+----- ---;-;---,,.------,-,-.------------------1 w = Water L = Liquid 
' FedEx ~ 7/-,; MAK O '. ,,n,u- crno O = Oil V = Vegetation 

~------------------------+------mn--v--f-""1-rnr- - ----"'---9/J;'----,i,.w1111,,;---"---'--'-' _/ _ ____ --; A = /llir X = Other 
v=~Y ~vv ~ _ _ , ~ 

FINAL SAMPLE 'Disposal Method (e.g., Return to customer, per lab procedLre, used in process) : 

DISPOSITION 
I Disposed By: Date/Time: 

Printed On 1!2/31/2024 

I 
FSR ID = FSR153857 R1 port Format: 02/29/ 2024 
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I \\\l.oL-\ 7 
J c.o C. # 

Central Plateau Cleanup 
CHA [N OF CUSTODY /SAMPLE ANALYSIS REQUEST 12 5-014-008 

I Company 
PAGE 1 OF 1 

Collector: rnthony Noggles / CPCC Contact/R equester: Karen Waters-Husted Telephone No.: 509-376-4650 
I 

SAF No.: I 125-014 Sampling Origin: Hanford Site I 
Purchase Order/Charge Codr 9( 1852 

Project Title: ERDF, March 2025 Logbook~ o.: HNF-N-506 - I ~ 131 Ice Chest No.: (.,.,--I.A)~ J q~ ?___ 

Shipped To (L~b): I GEL Laboratories, LLC I Method of Shipment: Commercial Carrier Bill of Lading/ Air Bill No.: 7!);/-JI 13'J3Ya8J 
Protocol: I CERCLA Priority: 30 Days Offsite Property No.: N/A I 
POSSIBLE SAMPLE HAZARDS/REMARKS SPECIAL INSTRUCTIONS 

** ** Contains Radioactive Material at concentrations that are not regulated fc r transportation N/A 
per 49 CFR / IAI A Dangerous Goods Regulations but are not releasable per D( DE Order 458.1 

Sample No. Fil~er * Date Time No./Type Container Sample Analysis Holding Ti~ e Preservation 

B4KYJ6 
N I 

w ~ARO 3 20~ s r t.l l x250-mL G/P 2320B ALKALINITY: COMMON 14 Days 0 ol <=6C 

B4KYJ6 N w lx250-mL G/P 2540C TDS: COMMON 7 Days 0 ol <=6C 

B4KYJ6 
N I 

w l ~mL G/ P //._ 353.2_ N02/N03: COMMON 28 Days H S04 to pH <2 / Cool 
/,;,<..f ,:2~.,:zs- < =6C 

B4KYJ6 N w lx250-mL aGs* 9020 - OX: COMMON 28 Days Hl504 to pH <2 / Cool 
<r 6C 

B4KYJ6 N w lxl -L G/ P SMR_il LPHABETA_GFC 6 Months H J03 to pH <2 
/ 

B4KYJ6 N w I/ I l x250-mL G/P SMR_l C99_LSC 6 Months H J03 to pH <2 
~ ...... 

B4KYJ6 
N I WM ~R O 3 2025 f\tfl l xl-L G/ P SMR_l PTAL ALPHA RA_GPC 6 Months 

I 
HI J03 to pH <2 

I 
I Relinquished By Received By ~ atrix * 

Print First and Last Name . J\ 
s = ~·oil DS = Drum Solids 

Signature Date/Time Print First and Last Nal1Jlrl Signature Date/Time SE = ~~edimenl DL = Drum Liquids --
Jim Lochridge/CPCC L/-t- _1;:;__/ I,_ MARO 3 2025 = olid = Tissue Anthony ,,a~gles/CfCC ~ ~ - MAR fl 1 707~ /~/-,;- - /2/,..,.. so T 

' I 

I - C:':.Ji v L.lu urn n 'l ?n?~ l i.\'o<D FEOSC 
. SL = S

1
1udge WI = Wipe 

Jim Lochridge/C~CC •;,. w = '-Yater L = Liquid 

I "'"" 1=edEx .Lt., ff ,,..AU W. lO A 2a1i; Cf% 0 

=i: 

V = Vegetation 
- - A X = Other 

I 
..... .. o.~, ~..,.., ....... 

. ·~ 1 

I 

FINAL SAMPLE 'Disposal Method (e.g., Return to customer, per lab procedu re, used in process): I Disposed By: 

I 

Date/Time: 

DISPOSITION 

Printed On r /31/2024 FSR ID = FSR1S3896 

I 

RE port Format: 02/29/2024 

. 
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tml Laboratories LLC 
SAMPLE RECEIPT & R EVIEW FORM 

Client: CDR.r SDG/A R/COC/Work Ortler: 7\\1 ;., 4, GEL PM: /-~ 
S,TAf.Y L 0nnt,JE MAR4 20-2'i I/ Received Dy: Date Received nt GEL: 

·nbk) 

l fed Ex Express ) FedEx Ground UPS field Services Courier Client Other: JR Tcmo gun# 11?4 •}4 Dailv Calibration Performed-AtN 
If o,·cr 6 •c, c:hcck 1r 

IC o,·cr 6 •C, chuk Ir 
TcmJ> 11mrlu do n,11 

Temp unq1lc1 du not Tra cking Number 
(~ 

Nqulrr c:oltl Trncking Number 
(C) 

ttlJUlrr cuhl -- - (111.!ltn·atlu(lt -- pttun-atlnn (le radlnchcm emir). 
r a1Unchc:m n n l~•), . 

7 774 4201 1q2a I C 1724 4404 0511 \ C 

44<.i' I {;, ZCf.1 J ( 4'123 ~287 \ C . 
424g ~6(')<l l C 

4q42 qgqo I ' 
4i3f? f ti i 6 I C. 

S uspL•t'll·d ll n:rnn.l lnfo1·mutio11 . 0 
• 1f Net Counts> I 00cpm o n sampl es not m nrk ct.l "radionctivc", contac t t h e Radint ion Snfcty Group for furl her invc!'.t 1g.i11on , 

;,. z 

;' 
Hazard Class Sluppcd. UN#. 

A )Shipped Mn DOT 11:iz;mluus? lfUN19 I0, ls the Radioactive Shipment Survey Compl innt7 Yes_ No_ 
B) Did the chem dcs1gn;11c the samples arc ll) be 

/ 
14'1" :,.,,.1"....,..i,}.:-j!._'l".fi~~~,.;JY~•)t;...,1\ ,r.,.~~:H '-. f"';.t:!f;t.-,,1:,;,,►,:.r.r_,-_'j., ... ~, ~":."." I .;· .~_..:. '" 1 ':• :f ~.!-- •y ,-[": • • r, -~• \. ;i:S.(\ .... ·• -• rccc1\'cd 3!i rnd io:,ctivc? COC.not.:iuon oc r3d,0:icu,•c: suc.k~rs on conL, incrs equ.,lclic:nt dcs1~n.Jt1on.~'", -~-t~ :::' ~-.. .~,, ·:. :·'< l• "',i'·~" ':, t ~,. 1·· ~ t,' ~'i·;s ~: ~·~. ,~.~ ..... --;.,. ~~.J,')t'>,~ .. ,. )JI , .... ft'.: ... ':' .• \~';J,.,r.:~.,'"'-1"""-,..,••"- .... ·•..... -... \ - '-'"...,_ . • .::{. ~ ~ ~ .... , -- ◄ i,t \ q ~--C-) Did the RSO classify the s:11nplcs :lS ,/ Maximum N~~l Observed• (Observed Counts• Arcn Backgrouiu.l Counls)· _L__CP~I / mlUllr l'ad1Clactivc? Clns.,iricd os Rnd 1 'l Rnd 2 Rnd 3 
If yes, select Hnuirds below. 

;' rco, Fl;,1nmablc Foreign Soil RCRA Asl>cs1os Beryllium Corrosive Other: D) Are there anv s:11nplc haz:irds 10 documcn1? 
E) \Vi1S a SDS rc:cc1vcJ :mJ n:-v1cv.·c:J by Lab Circle Applicable: Sec add11ional Commcnis below. No :1dd1t1onal commcms nccJc:J aficr review S.1fc1v? 

Snmplc RcceiJH Cl'i1cr i11 ~ < 0 Commrn1s/Q1111lilicrs (Rcc1uircll for Non-Co11rurmi11g llcms) ;.. z ;,: 

Shipping co111:1i111:rs rcccivl!t.l in1,1c1 an<l Ci.-ck: A1>phcabh::: 01rcc1 clicnl JfOJlOff Sc.:ils b1ol:cn O:un:.scd COIIL"IU'ICI" Li.::1k111g conl3u~r Other (tkscnbc:) I 
scaled? .,. 
Clmin of custo<ly dm:umcnts included 

V' 
C ircle Ap11l1c:11JI..:: Client cu111ac1cd :1.nJ p1ovkh:d COC COC cn::1tcd upoo n:cc1p1 2 

with shipment? I 
1ro,cre are samples requiring cold Prcscrv~tion Method: Wet Ice Ice Packs Dry Ice None Olhcr: 

J pn::.crvation. did they arrive wiihin 

:~ 
I 

(0<6°C)? • :1111cmpcm1urcs recorded next to trackm~ numbers arc in Celc1us 

Circle Apphc:iblc: S..::ils l,ro~cn D:1mascd crn1t.·uncr Lcal.i111i container Othe r (dcscnl1cl ~ Sample containers inlact and scaled? 

Samples requiring chc111ical fln:scrvcd per COC n:qucst or list S:vnplc !Os :1nd Contau~n; AITcc.:1cJ. 5 
1nrcscrvn1io11 at nroncr ol I? ·t~ttror.lmfi'i 
Do any samples require Volatile If Yes, nrc Encores or Soil K,ts present'> Yes No / (If yes, t;,ke 10 VOA Frccz.cr} 
,\nalysis? / Do liquid VOA vrnls contain :,cid prcscrv,uion? Yes__L No ; N A (If unknown, select No) 6 (Ir ~cs. :\115\\ er all 1l1n:.: aJJi1101,al t111cs1irn1s ) Are liquid VOA vinls frceofheadspilcc? YeSL No Nil 

S:uupk: IDs :ind cooc3incrs afTcc1cd: 

7 Samples received within holding time? / 
IDs :ind tcs1s al1Cc1ed: 

Sample IDs Oil COC ma1ch IDs on ./ IDs and containers affected. s 
bottles? 

Dale & time on COC match date & Circle Applicable: No dates on conuuncrs No tinlCs on containers COC missiny mfo Other (dcscr1hc) 9 
time on bottles? / 

Number ofconlaincrs received match I 
Circle Applicable: No contamcr cou111 on COC Missing Conrnine, (prov1Jc dcuuls) Other (describe) 

10 number indicated on COC'? 

11 
Arc sample contniners idcntdiable as GEL 

I provided bv use of GEL lahcls? / 
COC fonn is properly signed in Circle Applicable: Not rclinquishcc.J Othi;r (describe) 

1 2 
relinquisl1ed/rcccivcd sections? 

Comments: 

PM (or PMA) rev11:w. Initials .£.414._ Dale /J? //J. ::;/ ;;.:;· , .. , 
v - I I ·1:-:: .. Continu1uion Form Required when selected 
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GEL LABORATORIES LLC
2040 Savage Road Charleston, SC 29407  (843) 556-8171

Report Date: 01-APR-25

Project Specific Qualifier Definitions for GEL Client Code: CPRC

Page 1 of 2

Qualifier Qualifier Definition Department Fraction

U

J

P

C

B

E

A

X

N

*

N

H

**

<

>

UI

BD

h

R

Z

d

B

^

D

N/A

ND

E

M

NJ

FA

E

JNX

UJ

Analyte was analyzed for, but not detected above the MDL, MDA, MDC or LOD.

Value is estimated

Organics--The concentrations between the primary and confirmation columns/detectors is >40% different.  For HPLC, the difference is 
>70%.
Analyte has been confirmed by GC/MS analysis

The target analyte was detected in the associated blank.

Concentration of the target analyte exceeds the instrument calibration range

The TIC is a suspected aldol-condensation product

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Metals--The Matrix spike sample recovery is not within specified control limits

A quality control analyte recovery is outside of specified acceptance criteria

Organics--Presumptive evidence based on mass spectral library search to make a tentative identification of the analyte (TIC).  
Quantitation is based on nearest internal standard response factor
Analytical holding time was exceeded

Analyte is a surrogate compound

Result is less than value reported

Result is greater than value reported

Gamma Spectroscopy--Uncertain identification 

Results are either below the MDC or tracer recovery is low

Preparation or preservation holding time was exceeded

Sample results are rejected

Paint Filter Test--Particulates passed through the filter, however no free liquids were observed.

5-day BOD--The 2:1 depletion requirement was not met for this sample

Either presence of analyte detected in the associated blank, or MDL/IDL < sample value < PQL

RPD of sample and duplicate evaluated using +/-RL.  Concentrations are <5X the RL.  Qualifier Not Applicable for Radiochemistry.

Results are reported from a diluted aliquot of the sample

RPD or %Recovery limits do not apply.

Analyte concentration is not detected above the detection limit

%difference of sample and SD is >10%.  Sample concentration must meet flagging criteria

M if above MDC and less than LLD

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Failed analysis.

General Chemistry--Concentration of the target analyte exceeds the instrument calibration range

Non Calibrated Compound

Compound cannot be extracted

Organics

Organics

Organics

Organics

Organics

Inorganics

Organics

Organics

Radiological

Radiological

General Chemistry

General Chemistry

Inorganics

Organics

Inorganics

Radiological

Radiological

General Chemistry

Organics

Organics

Pesticide

Semi-Volatile

Semi-Volatile

General Chem

Metals

Metals

Bioassay

General Chem

Volatile

Semi-Volatile
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GEL LABORATORIES LLC
2040 Savage Road Charleston, SC 29407  (843) 556-8171

Report Date: 01-APR-25

Project Specific Qualifier Definitions for GEL Client Code: CPRC

Page 2 of 2

Qualifier Qualifier Definition Department Fraction

UJ

Q

K

UL

L

FB

N1

Y

Y

R

Y

**

B

N

e

M

I

FG

XG

G

x

Gamma Spectroscopy--Uncertain identification 

One or more quality control criteria have not been met. Refer to the applicable narrative or DER.

Analyte present. Reported value may be biased high. Actual value is expected to be lower.

Not considered detected. The associated number is the reported concentration, which may be inaccurate due to a low bias.

Analyte present. Reported value may be biased low. Actual value is expected to be higher.

Mercury was found present at quantifiable concentrations in field blanks received with these samples.  Data associated with the blank are 
deemed invalid for reporting to regulatory agencies
See case narrative

Other specific qualifiers were required to properly define the results. Consult case narrative.

QC Samples were not spiked with this compound

Per section 9.3.4.1 of  Method 1664 Revision B, due to matrix spike recovery issues, this result may not be reported or used for regulatory 
compliance purposes.
Other specific qualifiers were required to properly define the results. Consult case narrative.

Analyte is a Tracer compound

The target analyte was detected in the associated blank.

Presumptive evidence based on mass spectral library search to make a tentative identification of the analyte (TIC).  Quantitation is based 
on nearest internal standard response factor
5-day BOD--Test replicates show more than 30% difference between high and low values. The data is qualified per the method and can 
be used for reporting purposes
REMP Result > MDC/CL and < RDL

Analyte does not meet the Ion Abundance Ratio and should be considered an estimated concentration.

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Subaliquot was taken.  See Case Narrative for details.

Radiological

Radiological

Radiological

Radiological

Inorganics

Inorganics

Organics

General Chemistry

Radiological

Radiological

General Chemistry

Organics

General Chemistry

Radiological

Organics

Organics

Organics

Organics

Rad

Metals

General Chem

Rad

Volatile

General Chem

LC-MS/MS

LC-MS/MS

LC-MS/MS

LC-MS/MS
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Laboratory 
Certifications
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State Certification
Alabama
Alaska

Alaska Drinking Water
Arkansas

CLIA
California 
Colorado

Connecticut
DoD ELAP/ ISO17025 A2LA

Florida NELAP
Foreign Soils Permit

Georgia
Georgia SDWA

Hawaii
Idaho

Illinois NELAP
Indiana

Kansas NELAP
Kentucky SDWA

Kentucky Wastewater
Louisiana Drinking Water

Louisiana NELAP
Maine

Maryland
Massachusetts

Massachusetts PFAS Approv
Michigan

Mississippi
Nebraska
Nevada

New Hampshire NELAP
New Jersey NELAP

New Mexico
New York NELAP

North Carolina
North Carolina SDWA

North Dakota
Oklahoma

Pennsylvania NELAP
Puerto Rico

S. Carolina Radiochem
Sanitation Districts of L

South Carolina Chemistry
Tennessee

Texas NELAP
Utah NELAP

Vermont
Virginia NELAP

Washington

42200
17-018

SC00012
88-00651

42D0904046
2940 

SC00012
PH-0169
2567.01
E87156

525-24-281-19660
SC00012

967
SC00012
SC00012
200029

C-SC-01
E-10332
KY90129
KY90129

LA024
03046 (AI33904)

2023019
270

M-SC012
Letter
9976

SC00012
NE-OS-26-13
NV-C24-00175

205424
SC002

SC00012
11501

233
45709
R-158

2023-152
68-00485
SC00012
10120002
9255651

10120001
TN 02934

T104704235
SC000122024-45

VT87156
460202
C780

List of current GEL Certifications as of 01 April 2025
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Volatile Analysis
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Case Narrative
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GC/MS Volatile  

Technical Case Narrative  

Central Plateau Cleanup Company  

SDG #: GEL711647  

Work Order #: 711647

 

Product: Volatile Organic Compounds (VOC) by Gas Chromatograph/Mass Spectrometer  

Analytical Method: SW846 8260D  

Analytical Procedure: GL-OA-E-038 REV# 30  

Analytical Batch: 2763703  

 

The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647001                        B4KYK4  

711647002                        B4KYK5  

1206033235                      Laboratory Control Sample (LCS)  

1206033236                      Method Blank (MB)  

1206033237                      711615001(NonSDG) Post Spike (PS)  

1206033238                      711615001(NonSDG) Post Spike Duplicate (PSD)  

 

The samples in this SDG were analyzed on an "as received" basis.  

 

Data Summary:  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable.  

 

Certification Statement  

 

Where the analytical method has been performed under NELAP certification, the analysis has met all of the

requirements of the NELAC standard unless otherwise noted in the analytical case narrative. 
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GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

CPRC003 Central Plateau Cleanup Company (89223)

Client SDG: GEL711647  GEL Work Order: 711647

GEL requires all analytical data to be verified by a qualified data reviewer.  In addition, all CLP-like deliverables 
receive a third level review of the fractional data package.  

The following data validator verified the information presented in this data report: 

The Qualifiers in this report are defined as follows:
E     Concentration exceeds the calibration range of the instrument
J     The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to
the IDL/MDL (as appropriate).Value is estimated
U     Analyzed for but not detected above the MDL, MDA, MDC or LOD.

for

DL      Indicates that sample is diluted.              
RA     Indicates that sample is re-analyzed without re-extraction.                     
RE      Indicates that sample is re-extracted.  

Qualifier Definition Report 

Signature: Name:

Date: Title:28 MAR 2025

Erin Haubert

Data Validator

Review/Validation
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Sample Data Summary
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GEL Laboratories LLC

Volatile 
Certificate of Analysis

Sample Summary

March 18, 2025Report Date: 

Page  1      of  1     

SDG Number: GEL711647

Lab Sample ID: 711647001
Matrix: WATER

Date Received: 03/04/2025 09:40

Date Collected: 03/03/2025 08:31

56-23-5 Carbon tetrachloride 1.58J 0.333 1.00 5.00

Client: CPRC003 Project: CPRC0I25014

CAS No. Parmname ResultQualifier MDL/LOD PQL/LOQ RDL

Method: SW846 8260D GL-OA-E-038

Batch ID: 2763703 Inst: VOA5.I Dilution: 1
SOP Ref:

Run Date: 03/11/2025 16:04 Analyst: AXH5 5 mLPurge Vol:

Units

ug/L

B4KYK4Client ID:

Prep Date: 03/11/2025 16:04

031125V5\5D215.D Column: DB-624Data File:
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GEL Laboratories LLC

Volatile 
Certificate of Analysis

Sample Summary

March 18, 2025Report Date: 

Page  1      of  1     

SDG Number: GEL711647

Lab Sample ID: 711647002
Matrix: WATER

Date Received: 03/04/2025 09:40

Date Collected: 03/03/2025 08:31

56-23-5 Carbon tetrachloride 1.56J 0.333 1.00 5.00

Client: CPRC003 Project: CPRC0I25014

CAS No. Parmname ResultQualifier MDL/LOD PQL/LOQ RDL

Method: SW846 8260D GL-OA-E-038

Batch ID: 2763703 Inst: VOA5.I Dilution: 1
SOP Ref:

Run Date: 03/11/2025 16:30 Analyst: AXH5 5 mLPurge Vol:

Units

ug/L

B4KYK5Client ID:

Prep Date: 03/11/2025 16:30

031125V5\5D216.D Column: DB-624Data File:
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Quality Control 
Summary
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Volatile-GC/MS
2763703Batch

Carbon tetrachloride

1,2-Dichloroethane-d4

Bromofluorobenzene

Toluene-d8

Carbon tetrachloride

1,2-Dichloroethane-d4

Bromofluorobenzene

Toluene-d8

Carbon tetrachloride

1,2-Dichloroethane-d4

Bromofluorobenzene

Toluene-d8

Parmname

Ms. Heather MedleyContact:

Central Plateau Cleanup Company
200 East / MO-277 / 108

Richland, Washington 

March 18, 2025Report Date:

Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

AXH5 03/11/25 09:48

03/11/25 11:29

03/11/25 18:10

QC

54.7

48.0

48.4

49.4

0.333

47.3

49.1

49.7

46.6

46.4

49.6

50.7

NOM Sample

0.000

44.5

51.2

51.1

Range

(70%-135%)

(76%-127%)

(74%-123%)

(77%-121%)

(76%-127%)

(74%-123%)

(77%-121%)

(58%-141%)

(76%-127%)

(74%-123%)

(77%-121%)

Qual

U

QC1206033235     

QC1206033236     

QC1206033237    711615001

REC%

109

96

97

99

95

98

99

93

93

99

101

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

LCS

MB

PS

711647Workorder:

PO Box 1600

**

**

**

**

**

**

**

**

**

U

RPD%

Page  1 of  3
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Volatile-GC/MS
2763703Batch

Carbon tetrachloride

1,2-Dichloroethane-d4

Bromofluorobenzene

Toluene-d8

Parmname Units  

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

AXH5 03/11/25 18:36

QC

50.3

47.7

48.6

50.6

NOM Sample

0.000

44.5

51.2

51.1

Range

(0%-20%)

(76%-127%)

(74%-123%)

(77%-121%)

Qual

QC1206033238    711615001

The Qualifiers in this report are defined as follows:

8

REC%

101

95

97

101

50.0

50.0

50.0

50.0

PSD

711647Workorder:

U

J

P

C

B

E

A

X

N

Z

D

E

O

T

Y

H

Analyzed for but not detected above the MDL, MDA, MDC or LOD.

The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as 
appropriate).Value is estimated
Aroclor target analyte with greater than 25% difference between column analyses.

Analyte has been confirmed by GC/MS analysis

The analyte was detected in both the associated QC blank and in the sample. 

Concentration exceeds the calibration range of the instrument

The TIC is a suspected aldol-condensation product

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Spike Sample recovery is outside control limits.

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Results are reported from a diluted aliquot of sample.

Reported value is estimated due to interferences.  See comment in narrative.

Analyte failed to recover within LCS limits (0rganics only) 

Spike and/or spike duplicate sample recovery is outside control limits. 

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Laboratory holding time exceeded before the sample was analyzed.

**

**

**

U

RPD%

Notes:
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Parmname

Page  3 of  3

Units  Anlst Date TimeQCNOM Sample RangeQual REC%

711647Workorder:

N/A indicates that spike recovery limits do not apply when sample concentration exceeds spike conc. by a factor of 4 or more or %RPD not applicable.
^ The Relative Percent Difference (RPD) obtained from the sample duplicate  (DUP) is evaluated against the acceptance criteria when the sample is greater than 
five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is less than 5X the RL, a control limit of +/- the 
RL is used to evaluate the DUP result.
* Indicates that a Quality Control parameter was not within specifications.
For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations.

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless qualified on the QC Summary.

RPD%
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GEL Laboratories LLC

Surrogate Recovery Report
Volatile

Report Date: March 18 2025

Page  1             of  1          

SDG Number: GEL711647

Matrix Type: LIQUID

Surrogate Acceptance Limits

96 99 97

95 99 98

94 103 108

91 101 104

93 101 99

95 101 97

1206033235

1206033236

711647001

711647002

1206033237

1206033238

DCED4  
%REC

TOL    
%REC

BFB    
%RECSample ID Client ID

LCS for batch 2763703

MB for batch 2763703

B4KYK4

B4KYK5

B4J6T4PS

B4J6T4PSD

1,2-Dichloroethane-d4

Toluene-d8

Bromofluorobenzene

(76%-127%)

(77%-121%)

(74%-123%)

DCED4

TOL

BFB

=

=

=

* Recovery outside Acceptance Limits 
# Column to be used to flag recovery values 
D Sample Diluted 
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Metals Analysis
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Case Narrative
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Metals  

Technical Case Narrative  

Central Plateau Cleanup Company  

SDG #: GEL711647  

Work Order #: 711647

 

 

Product: Determination of Metals by ICP  

Analytical Method: SW846 3005A/6010D  

Analytical Procedure: GL-MA-E-013 REV# 33  

Analytical Batch: 2759780  

 

Product: Determination of Metals by ICP-MS  

Analytical Method: SW846 3005A/6020B  

Analytical Procedure: GL-MA-E-014 REV# 36  

Analytical Batch: 2759774  

 

Preparation Method: SW846 3005A  

Preparation Procedure: GL-MA-E-006 REV# 15  

Preparation Batches: 2759772 and 2759776  

 

The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647004                        B4KYH6  

711647005                        B4KYH8  

711647006                        B4KYJ3  

711647007                        B4KYJ5  

1206025076                      Method Blank (MB)ICP  

1206025077                      Laboratory Control Sample (LCS)  

1206025080                      711647004(B4KYH6L) Serial Dilution (SD)  

1206025078                      711647004(B4KYH6S) Matrix Spike (MS)  

1206025079                      711647004(B4KYH6SD) Matrix Spike Duplicate (MSD)  

1206025065                      Method Blank (MB)ICP-MS  

1206025066                      Laboratory Control Sample (LCS)  

1206025069                      711647004(B4KYH6L) Serial Dilution (SD)  

1206025067                      711647004(B4KYH6S) Matrix Spike (MS)  

1206025068                      711647004(B4KYH6SD) Matrix Spike Duplicate (MSD)  

 

The samples in this SDG were analyzed on an "as received" basis.  

 

Data Summary:  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Calibration Information  

 

ICSA/ICSAB Statement  

For the ICP-MS analysis, the ICSA solution contains analyte concentrations which are verified trace impurities
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indigenous to the purchased standard.  

 

Quality Control (QC) Information  

 

Method Blank (MB) Statement  

The method blanks (MB) analyzed with this SDG met the acceptance criteria. However, where there were positive hits

in the method blank, the results were evaluated and appropriately flagged on the data. 

Sample Analyte Value

1206025076 (MB) Potassium 107 between (50 - 250)

 

 

 

Certification Statement  

 

Where the analytical method has been performed under NELAP certification, the analysis has met all of the

requirements of the NELAC standard unless otherwise noted in the analytical case narrative. 
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GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

CPRC003 Central Plateau Cleanup Company (89223)

Client SDG: GEL711647  GEL Work Order: 711647

GEL requires all analytical data to be verified by a qualified data reviewer.  In addition, all CLP-like deliverables 
receive a third level review of the fractional data package.  

The following data validator verified the information presented in this data report: 

The Qualifiers in this report are defined as follows:
*     Duplicate analysis not within control limits
B     The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal 
to the IDL/MDL (as appropriate).
D     Results are reported from a diluted aliquot of sample.
N/A   
U     Analyzed for but not detected above the MDL, MDA, MDC or LOD.

for
Qualifier Definition Report 

Signature: Name:

Date: Title:01 APR 2025

Edmund Frampton

Group Leader

Review/Validation
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Sample Data Summary

Page 37 of 92    SDG: GEL711647

GEL711647 April 1, 2025 Rev. 0

Page 39 of 94



 METALS
-1-

INORGANICS ANALYSIS DATA PACKAGE

The GEL Group, Inc.

SDG No: METHOD TYPE:

SAMPLE ID:

CLIENT ID:

CONTRACT:

DATE RECEIVED:

LEVEL:

%SOLIDS:

Analyte Result Qual M*
Run 
Date

Analytical
Run

Low

GEL711647

711647004

B4KYH6

CPRC0I25014

04-MAR-250

7440-36-0

7440-38-2

7440-39-3

7440-41-7

7440-43-9

7440-70-2

7440-47-3

7440-48-4

7440-50-8

7439-89-6

7439-92-1

7439-95-4

7439-96-5

7439-98-7

7440-02-0

7440-09-7

7782-49-2

7440-22-4

7440-23-5

7440-28-0

7440-31-5

7440-61-1

7440-62-2

7440-66-6

Antimony

Arsenic

Barium

Beryllium

Cadmium

Calcium

Chromium

Cobalt

Copper

Iron

Lead

Magnesium

Manganese

Molybdenum

Nickel

Potassium

Selenium

Silver

Sodium

Thallium

Tin

Uranium

Vanadium

Zinc

1.00

3.26

54.6

0.200

0.300

49900

5.39

0.300

1.04

30.0

0.500

15900

2.41

6.71

5.10

5430

3.45

0.300

20300

0.600

1.00

2.38

27.8

10.2

1.00

2.00

0.670

0.200

0.300

50.0

3.00

0.300

0.300

30.0

0.500

110

1.00

0.200

0.600

50.0

1.50

0.300

100

0.600

1.00

0.0670

1.00

3.30

03/31/25 15:32

03/31/25 15:32

03/31/25 15:32

04/01/25 07:12

03/31/25 15:32

03/13/25 13:46

03/31/25 15:32

03/31/25 15:32

03/31/25 15:32

03/13/25 13:46

03/31/25 15:32

03/13/25 13:46

03/31/25 15:32

03/31/25 15:32

03/31/25 15:32

03/13/25 13:46

03/31/25 15:32

03/31/25 15:32

03/19/25 13:30

03/31/25 15:32

03/31/25 15:32

04/01/25 07:12

03/13/25 13:46

03/13/25 13:46

U

B

U

U

B

U

B

U

U

B

B

U

U

U

B

MS

MS

MS

MS

MS

P

MS

MS

MS

P

MS

P

MS

MS

MS

P

MS

MS

P

MS

MS

MS

P

P

250331-3

250331-3

250331-3

250331-4

250331-3

031325-1

250331-3

250331-3

250331-3

031325-1

250331-3

031325-1

250331-3

250331-3

250331-3

031325-1

250331-3

250331-3

031925-2

250331-3

250331-3

250331-4

031325-1

031325-1

SW846

DF

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

CRDL Analyst
Analytical

Batch

DATE COLLECTED:

MDL

2759776

2759772

50

50

mL

mL

50

50

mL

mL

03/06/25

03/06/25

Prep
 Batch

Initial wt./vol. Units Final wt./vol. Units Date

Prep Information:

3.00

5.00

4.00

0.500

1.00

200

10.0

1.00

2.00

100

2.00

300

5.00

1.00

2.00

250

5.00

1.00

300

2.00

5.00

0.200

5.00

20.0

RM4

RM4

RM4

RM4

RM4

HSC

RM4

RM4

RM4

HSC

RM4

HSC

RM4

RM4

RM4

HSC

RM4

RM4

HSC

RM4

RM4

RM4

HSC

HSC

2759774

2759774

2759774

2759774

2759774

2759780

2759774

2759774

2759774

2759780

2759774

2759780

2759774

2759774

2759774

2759780

2759774

2759774

2759780

2759774

2759774

2759774

2759780

2759780

03-MAR-25

2759780

2759774

Analytical
Batch

HS2

HS2

Analyst

SW846 3005A

SW846 3005A

Prep 
Method

PQL

3.00

5.00

4.00

0.500

1.00

200

10.0

1.00

2.00

100

2.00

300

5.00

1.00

2.00

250

5.00

1.00

300

2.00

5.00

0.200

5.00

20.0

Units

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

*Analytical Methods:

MS

P

SW846 3005A/6020B

SW846 3005A/6010D

CAS

MATRIX: WATER BASIS: As Received
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 METALS
-1-

INORGANICS ANALYSIS DATA PACKAGE

The GEL Group, Inc.

SDG No: METHOD TYPE:

SAMPLE ID:

CLIENT ID:

CONTRACT:

DATE RECEIVED:

LEVEL:

%SOLIDS:

Analyte Result Qual M*
Run 
Date

Analytical
Run

Low

GEL711647

711647005

B4KYH8

CPRC0I25014

04-MAR-250

7440-36-0

7440-38-2

7440-39-3

7440-41-7

7440-43-9

7440-70-2

7440-47-3

7440-48-4

7440-50-8

7439-89-6

7439-92-1

7439-95-4

7439-96-5

7439-98-7

7440-02-0

7440-09-7

7782-49-2

7440-22-4

7440-23-5

7440-28-0

7440-31-5

7440-61-1

7440-62-2

7440-66-6

Antimony

Arsenic

Barium

Beryllium

Cadmium

Calcium

Chromium

Cobalt

Copper

Iron

Lead

Magnesium

Manganese

Molybdenum

Nickel

Potassium

Selenium

Silver

Sodium

Thallium

Tin

Uranium

Vanadium

Zinc

1.00

3.21

55.7

0.200

0.300

50500

5.77

0.300

0.333

30.0

0.500

16200

1.00

6.71

5.76

5600

3.58

0.300

20000

0.600

1.00

2.37

27.2

10.2

1.00

2.00

0.670

0.200

0.300

50.0

3.00

0.300

0.300

30.0

0.500

110

1.00

0.200

0.600

50.0

1.50

0.300

100

0.600

1.00

0.0670

1.00

3.30

03/31/25 15:51

03/31/25 15:51

03/31/25 15:51

04/01/25 06:59

03/31/25 15:51

03/13/25 13:57

03/31/25 15:51

03/31/25 15:51

03/31/25 15:51

03/13/25 13:57

03/31/25 15:51

03/13/25 13:57

03/31/25 15:51

03/31/25 15:51

03/31/25 15:51

03/13/25 13:57

03/31/25 15:51

03/31/25 15:51

03/19/25 13:43

03/31/25 15:51

03/31/25 15:51

04/01/25 06:59

03/13/25 13:57

03/13/25 13:57

U

B

U

U

B

U

B

U

U

U

B

U

U

U

B

MS

MS

MS

MS

MS

P

MS

MS

MS

P

MS

P

MS

MS

MS

P

MS

MS

P

MS

MS

MS

P

P

250331-3

250331-3

250331-3

250331-4

250331-3

031325-1

250331-3

250331-3

250331-3

031325-1

250331-3

031325-1

250331-3

250331-3

250331-3

031325-1

250331-3

250331-3

031925-2

250331-3

250331-3

250331-4

031325-1

031325-1

SW846

DF

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

CRDL Analyst
Analytical

Batch

DATE COLLECTED:

MDL

2759776

2759772

50

50

mL

mL

50

50

mL

mL

03/06/25

03/06/25

Prep
 Batch

Initial wt./vol. Units Final wt./vol. Units Date

Prep Information:

3.00

5.00

4.00

0.500

1.00

200

10.0

1.00

2.00

100

2.00

300

5.00

1.00

2.00

250

5.00

1.00

300

2.00

5.00

0.200

5.00

20.0

RM4

RM4

RM4

RM4

RM4

HSC

RM4

RM4

RM4

HSC

RM4

HSC

RM4

RM4

RM4

HSC

RM4

RM4

HSC

RM4

RM4

RM4

HSC

HSC

2759774

2759774

2759774

2759774

2759774

2759780

2759774

2759774

2759774

2759780

2759774

2759780

2759774

2759774

2759774

2759780

2759774

2759774

2759780

2759774

2759774

2759774

2759780

2759780

03-MAR-25

2759780

2759774

Analytical
Batch

HS2

HS2

Analyst

SW846 3005A

SW846 3005A

Prep 
Method

PQL

3.00

5.00

4.00

0.500

1.00

200

10.0

1.00

2.00

100

2.00

300

5.00

1.00

2.00

250

5.00

1.00

300

2.00

5.00

0.200

5.00

20.0

Units

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

*Analytical Methods:

P

MS

SW846 3005A/6010D

SW846 3005A/6020B

Dissolved Metals

CAS

MATRIX: WATER BASIS: Filtered
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 METALS
-1-

INORGANICS ANALYSIS DATA PACKAGE

The GEL Group, Inc.

SDG No: METHOD TYPE:

SAMPLE ID:

CLIENT ID:

CONTRACT:

DATE RECEIVED:

LEVEL:

%SOLIDS:

Analyte Result Qual M*
Run 
Date

Analytical
Run

Low

GEL711647

711647006

B4KYJ3

CPRC0I25014

04-MAR-250

7440-36-0

7440-38-2

7440-39-3

7440-41-7

7440-43-9

7440-70-2

7440-47-3

7440-48-4

7440-50-8

7439-89-6

7439-92-1

7439-95-4

7439-96-5

7439-98-7

7440-02-0

7440-09-7

7782-49-2

7440-22-4

7440-23-5

7440-28-0

7440-31-5

7440-61-1

7440-62-2

7440-66-6

Antimony

Arsenic

Barium

Beryllium

Cadmium

Calcium

Chromium

Cobalt

Copper

Iron

Lead

Magnesium

Manganese

Molybdenum

Nickel

Potassium

Selenium

Silver

Sodium

Thallium

Tin

Uranium

Vanadium

Zinc

1.00

2.77

72.2

0.200

0.300

65200

3.00

0.300

0.338

36.1

0.500

21700

3.87

4.65

0.656

5690

4.83

0.300

14400

0.600

1.00

1.75

25.2

9.39

1.00

2.00

0.670

0.200

0.300

50.0

3.00

0.300

0.300

30.0

0.500

110

1.00

0.200

0.600

50.0

1.50

0.300

100

0.600

1.00

0.0670

1.00

3.30

03/31/25 16:02

03/31/25 16:02

03/31/25 16:02

04/01/25 07:00

03/31/25 16:02

03/13/25 14:06

03/31/25 16:02

03/31/25 16:02

03/31/25 16:02

03/13/25 14:06

03/31/25 16:02

03/13/25 14:06

03/31/25 16:02

03/31/25 16:02

03/31/25 16:02

03/13/25 14:06

03/31/25 16:02

03/31/25 16:02

03/19/25 13:54

03/31/25 16:02

03/31/25 16:02

04/01/25 07:00

03/13/25 14:06

03/13/25 14:06

U

B

U

U

U

U

B

B

U

B

B

B

U

U

U

B

MS

MS

MS

MS

MS

P

MS

MS

MS

P

MS

P

MS

MS

MS

P

MS

MS

P

MS

MS

MS

P

P

250331-3

250331-3

250331-3

250331-4

250331-3

031325-1

250331-3

250331-3

250331-3

031325-1

250331-3

031325-1

250331-3

250331-3

250331-3

031325-1

250331-3

250331-3

031925-2

250331-3

250331-3

250331-4

031325-1

031325-1

SW846

DF

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

CRDL Analyst
Analytical

Batch

DATE COLLECTED:

MDL

2759776

2759772

50

50

mL

mL

50

50

mL

mL

03/06/25

03/06/25

Prep
 Batch

Initial wt./vol. Units Final wt./vol. Units Date

Prep Information:

3.00

5.00

4.00

0.500

1.00

200

10.0

1.00

2.00

100

2.00

300

5.00

1.00

2.00

250

5.00

1.00

300

2.00

5.00

0.200

5.00

20.0

RM4

RM4

RM4

RM4

RM4

HSC

RM4

RM4

RM4

HSC

RM4

HSC

RM4

RM4

RM4

HSC

RM4

RM4

HSC

RM4

RM4

RM4

HSC

HSC

2759774

2759774

2759774

2759774

2759774

2759780

2759774

2759774

2759774

2759780

2759774

2759780

2759774

2759774

2759774

2759780

2759774

2759774

2759780

2759774

2759774

2759774

2759780

2759780

03-MAR-25

2759780

2759774

Analytical
Batch

HS2

HS2

Analyst

SW846 3005A

SW846 3005A

Prep 
Method

PQL

3.00

5.00

4.00

0.500

1.00

200

10.0

1.00

2.00

100

2.00

300

5.00

1.00

2.00

250

5.00

1.00

300

2.00

5.00

0.200

5.00

20.0

Units

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

*Analytical Methods:

MS

P

SW846 3005A/6020B

SW846 3005A/6010D

CAS

MATRIX: WATER BASIS: As Received
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 METALS
-1-

INORGANICS ANALYSIS DATA PACKAGE

The GEL Group, Inc.

SDG No: METHOD TYPE:

SAMPLE ID:

CLIENT ID:

CONTRACT:

DATE RECEIVED:

LEVEL:

%SOLIDS:

Analyte Result Qual M*
Run 
Date

Analytical
Run

Low

GEL711647

711647007

B4KYJ5

CPRC0I25014

04-MAR-250

7440-36-0

7440-38-2

7440-39-3

7440-41-7

7440-43-9

7440-70-2

7440-47-3

7440-48-4

7440-50-8

7439-89-6

7439-92-1

7439-95-4

7439-96-5

7439-98-7

7440-02-0

7440-09-7

7782-49-2

7440-22-4

7440-23-5

7440-28-0

7440-31-5

7440-61-1

7440-62-2

7440-66-6

Antimony

Arsenic

Barium

Beryllium

Cadmium

Calcium

Chromium

Cobalt

Copper

Iron

Lead

Magnesium

Manganese

Molybdenum

Nickel

Potassium

Selenium

Silver

Sodium

Thallium

Tin

Uranium

Vanadium

Zinc

1.00

2.81

71.5

0.200

0.300

65900

3.00

0.300

0.444

30.0

0.500

21900

1.00

4.64

0.600

5770

4.59

0.300

20100

0.600

1.00

1.76

25.0

9.08

1.00

2.00

0.670

0.200

0.300

50.0

3.00

0.300

0.300

30.0

0.500

110

1.00

0.200

0.600

50.0

1.50

0.300

100

0.600

1.00

0.0670

1.00

3.30

03/31/25 16:06

03/31/25 16:06

03/31/25 16:06

04/01/25 07:01

03/31/25 16:06

03/13/25 14:09

03/31/25 16:06

03/31/25 16:06

03/31/25 16:06

03/13/25 14:09

03/31/25 16:06

03/13/25 14:09

03/31/25 16:06

03/31/25 16:06

03/31/25 16:06

03/13/25 14:09

03/31/25 16:06

03/31/25 16:06

03/19/25 13:58

03/31/25 16:06

03/31/25 16:06

04/01/25 07:01

03/13/25 14:09

03/13/25 14:09

U

B

U

U

U

U

B

U

U

U

U

B

U

U

U

B

MS

MS

MS

MS

MS

P

MS

MS

MS

P

MS

P

MS

MS

MS

P

MS

MS

P

MS

MS

MS

P

P

250331-3

250331-3

250331-3

250331-4

250331-3

031325-1

250331-3

250331-3

250331-3

031325-1

250331-3

031325-1

250331-3

250331-3

250331-3

031325-1

250331-3

250331-3

031925-2

250331-3

250331-3

250331-4

031325-1

031325-1

SW846

DF

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

1

CRDL Analyst
Analytical

Batch

DATE COLLECTED:

MDL

2759776

2759772

50

50

mL

mL

50

50

mL

mL

03/06/25

03/06/25

Prep
 Batch

Initial wt./vol. Units Final wt./vol. Units Date

Prep Information:

3.00

5.00

4.00

0.500

1.00

200

10.0

1.00

2.00

100

2.00

300

5.00

1.00

2.00

250

5.00

1.00

300

2.00

5.00

0.200

5.00

20.0

RM4

RM4

RM4

RM4

RM4

HSC

RM4

RM4

RM4

HSC

RM4

HSC

RM4

RM4

RM4

HSC

RM4

RM4

HSC

RM4

RM4

RM4

HSC

HSC

2759774

2759774

2759774

2759774

2759774

2759780

2759774

2759774

2759774

2759780

2759774

2759780

2759774

2759774

2759774

2759780

2759774

2759774

2759780

2759774

2759774

2759774

2759780

2759780

03-MAR-25

2759780

2759774

Analytical
Batch

HS2

HS2

Analyst

SW846 3005A

SW846 3005A

Prep 
Method

PQL

3.00

5.00

4.00

0.500

1.00

200

10.0

1.00

2.00

100

2.00

300

5.00

1.00

2.00

250

5.00

1.00

300

2.00

5.00

0.200

5.00

20.0

Units

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

*Analytical Methods:

MS

P

SW846 3005A/6020B

SW846 3005A/6010D

Dissolved Metals

CAS

MATRIX: WATER BASIS: Filtered
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis - ICPMS
2759774Batch

Antimony

Arsenic

Barium

Beryllium

Cadmium

Chromium

Cobalt

Copper

Lead

Manganese

Molybdenum

Nickel

Parmname

Ms. Heather MedleyContact:

Central Plateau Cleanup Company
200 East / MO-277 / 108

Richland, Washington 

April 1, 2025Report Date:

Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

RM4 03/31/25 15:28

04/01/25 07:11

03/31/25 15:28

QC

50.2

52.6

49.9

58.0

52.3

50.2

50.0

51.3

51.2

50.6

51.8

50.5

NOM Sample Range

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

Qual

QC1206025066     

REC%

100

105

99.7

116

105

100

100

103

102

101

104

101

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

LCS

711647Workorder:

PO Box 1600

RPD/D%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis - ICPMS
2759774Batch

Selenium

Silver

Thallium

Tin

Uranium

Antimony

Arsenic

Barium

Beryllium

Cadmium

Chromium

Cobalt

Copper

Lead

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

RM4 03/31/25 15:28

04/01/25 07:11

03/31/25 15:24

04/01/25 07:10

03/31/25 15:24

QC

51.9

53.8

49.9

51.3

53.3

1.00

2.00

0.670

0.200

0.300

3.00

0.300

0.300

0.500

NOM Sample Range

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

Qual

U

U

U

U

U

U

U

U

U

QC1206025065     

REC%

104

108

99.7

103

107

50.0

50.0

50.0

50.0

50.0

MB

711647Workorder:

RPD/D%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis - ICPMS
2759774Batch

Manganese

Molybdenum

Nickel

Selenium

Silver

Thallium

Tin

Uranium

Antimony

Arsenic

Barium

Beryllium

Cadmium

Chromium

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

RM4 03/31/25 15:24

04/01/25 07:10

03/31/25 15:35

04/01/25 07:13

03/31/25 15:35

QC

1.00

0.200

0.600

1.50

0.300

0.600

1.00

0.0670

49.8

54.5

106

57.9

51.1

55.0

NOM Sample

1.00

3.26

54.6

0.200

0.300

5.39

Range

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

Qual

U

U

U

U

U

U

U

U

QC1206025067    711647004

REC%

99.1

102

102

116

102

99.3

50.0

50.0

50.0

50.0

50.0

50.0

MS

711647Workorder:

U

B

U

U

B

RPD/D%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis - ICPMS
2759774Batch

Cobalt

Copper

Lead

Manganese

Molybdenum

Nickel

Selenium

Silver

Thallium

Tin

Uranium

Antimony

Arsenic

Barium

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

RM4 03/31/25 15:35

04/01/25 07:13

03/31/25 15:39

QC

48.9

50.8

49.9

51.3

59.5

54.2

54.3

51.7

49.1

51.3

55.9

50.9

54.5

108

NOM Sample

0.300

1.04

0.500

2.41

6.71

5.10

3.45

0.300

0.600

1.00

2.38

1.00

3.26

54.6

Range

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(0%-20%)

(0%-20%)

(0%-20%)

Qual

QC1206025068    711647004

2.25

0.011

1.81

REC%

97.6

99.6

99.4

97.8

106

98.2

102

103

98.1

101

107

101

102

106

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

MSD

711647Workorder:

U

B

U

B

B

U

U

U

U

B

RPD/D%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis - ICPMS
2759774Batch

Beryllium

Cadmium

Chromium

Cobalt

Copper

Lead

Manganese

Molybdenum

Nickel

Selenium

Silver

Thallium

Tin

Uranium

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

RM4 04/01/25 07:14

03/31/25 15:39

04/01/25 07:14

QC

56.5

52.2

56.5

49.7

50.0

50.7

51.1

60.4

55.1

54.1

52.5

49.7

54.5

56.2

NOM Sample

0.200

0.300

5.39

0.300

1.04

0.500

2.41

6.71

5.10

3.45

0.300

0.600

1.00

2.38

Range

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

Qual

2.37

2.22

2.67

1.57

1.64

1.58

0.508

1.54

1.51

0.533

1.5

1.24

6.06

0.635

REC%

113

104

102

99.1

97.9

101

97.3

107

99.9

101

105

99.3

108

108

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

50.0

711647Workorder:

U

U

B

U

B

U

B

B

U

U

U

RPD/D%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis - ICPMS
2759774Batch

Antimony

Arsenic

Barium

Beryllium

Cadmium

Chromium

Cobalt

Copper

Lead

Manganese

Molybdenum

Nickel

Selenium

Silver

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

RM4 03/31/25 15:47

04/01/25 07:16

03/31/25 15:47

QC

5.00

10.0

11.2

1.00

1.50

15.0

1.50

1.50

2.50

5.00

1.35

1.03

7.50

1.50

NOM Sample

0.194

3.26

54.6

0.0210

0.0260

5.39

0.142

1.04

0.169

2.41

6.71

5.10

3.45

0.0180

Range

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

Qual

DU

DU

D

DU

DU

DU

DU

DU

DU

DU

D

BD

DU

DU

QC1206025069    711647004
N/A

N/A

2.91

N/A

N/A

N/A

N/A

N/A

N/A

N/A

.492

.509

N/A

N/A

REC%

SDILT

711647Workorder:

U

B

U

U

B

U

B

U

B

B

U

RPD/D%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis - ICPMS

Metals Analysis-ICP

2759774

2759780

Batch

Batch

Thallium

Tin

Uranium

Calcium

Iron

Magnesium

Potassium

Sodium

Vanadium

Zinc

Calcium

Iron

Magnesium

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

RM4

HSC

03/31/25 15:47

04/01/25 07:16

03/13/25 13:44

03/19/25 13:27

03/13/25 13:44

03/13/25 13:41

QC

3.00

5.00

0.495

5140

5190

5240

5110

5260

511

493

50.0

30.0

110

NOM Sample

0.0180

0.721

2.38

Range

(0%-20%)

(0%-20%)

(0%-20%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

(80%-120%)

Qual

DU

DU

D

U

U

U

QC1206025077     

QC1206025076     

N/A

N/A

3.95

REC%

103

104

105

102

105

102

98.6

5000

5000

5000

5000

5000

500

500

LCS

MB

711647Workorder:

U

U

RPD/D%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis-ICP
2759780Batch

Potassium

Sodium

Vanadium

Zinc

Calcium

Iron

Magnesium

Potassium

Sodium

Vanadium

Zinc

Calcium

Iron

Magnesium

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

HSC 03/13/25 13:41

03/19/25 13:23

03/13/25 13:41

03/13/25 13:49

03/19/25 13:34

03/13/25 13:49

03/13/25 13:52

QC

107

100

1.00

3.30

56500

5340

21300

10900

25200

555

510

55300

5200

21200

NOM Sample

49900

30.0

15900

5430

20300

27.8

10.2

49900

30.0

15900

Range

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

(0%-20%)

(0%-20%)

(0%-20%)

Qual

B

U

U

U

QC1206025078    711647004

QC1206025079    711647004
2.08

2.71

0.734

REC%

N/A

106

109

110

N/A

105

100

N/A

104

106

5000

5000

5000

5000

5000

500

500

5000

5000

5000

MS

MSD

711647Workorder:

U

B

U

RPD/D%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Metals Analysis-ICP
2759780Batch

Potassium

Sodium

Vanadium

Zinc

Calcium

Iron

Magnesium

Potassium

Sodium

Vanadium

Zinc

Parmname Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

HSC 03/13/25 13:52

03/19/25 13:37

03/13/25 13:52

03/13/25 13:54

03/19/25 13:40

03/13/25 13:54

QC

10600

26200

556

510

9980

150

3230

1150

4140

5.29

3.83

NOM Sample

5430

20300

27.8

10.2

49900

21.7

15900

5430

20300

27.8

10.2

Range

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

(0%-20%)

Qual

D

DU

D

D

D

D

BD

QC1206025080    711647004

The Qualifiers in this report are defined as follows:

2.46

3.77

0.149

0.00784

.001

N/A

1.64

6.17

2.02

5.06

86.9

REC%

104

N/A

106

100

5000

5000

500

500

SDILT

711647Workorder:

U

X

N

*

Z

Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Spike Sample recovery is outside control limits.

Duplicate analysis not within control limits

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

B

U

B

RPD/D%

Notes:
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Parmname

Page  10 of  10

Units  Anlst Date TimeQCNOM Sample RangeQual REC%

711647Workorder:

B

D

E

M

S

W

Y

+

C

H

The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as appropriate).

Results are reported from a diluted aliquot of sample.

Reported value is estimated due to interferences.  See comment in narrative.

Duplicate precision not met.

Reported value determined by the Method of Standard Additions (MSA)

Post-digestion spike recovery for GFAA out of control limit. Sample absorbency < 50% of spike absorbency. 

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Correlation coefficient for Method of Standard Additions (MSA) is < 0.995 

Target analyte was detected in the sample and the associated blank. The associated blank concentration is >= EQL or is > 5% of the measured 
concentration and/or decision level for associated samples.
Laboratory holding time exceeded before the sample was analyzed.

N/A indicates that spike recovery limits do not apply when sample concentration exceeds spike conc. by a factor of 4 or more or %RPD not applicable.
^ The Relative Percent Difference (RPD) obtained from the sample duplicate  (DUP) is evaluated against the acceptance criteria when the sample is greater than 
five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is less than 5X the RL, a control limit of +/- the 
RL is used to evaluate the DUP result.
* Indicates that a Quality Control parameter was not within specifications.
For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations.

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless qualified on the QC Summary.

RPD/D%
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General Chem Analysis
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Case Narrative
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General Chemistry  

Technical Case Narrative  

Central Plateau Cleanup Company  

SDG #: GEL711647  

Work Order #: 711647

 

Product: Total Organic Halogens (TOX)  

Analytical Method: 9020_TOX  

Analytical Procedure: GL-GC-E-007 REV# 17  

Analytical Batches: 2767214 and 2767216  

 

The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647001                        B4KYK4  

711647002                        B4KYK5  

711647003                        B4KYL2  

711647004                        B4KYH6  

711647006                        B4KYJ3  

711647008                        B4KYJ6  

1206040570                      Method Blank (MB)  

1206040571                      Laboratory Control Sample (LCS)  

1206040572                      711647001(B4KYK4) Sample Duplicate (DUP)  

1206040573                      711647001(B4KYK4) Matrix Spike (MS)  

1206040583                      Method Blank (MB)  

1206040584                      Laboratory Control Sample (LCS)  

1206040585                      711647008(B4KYJ6) Sample Duplicate (DUP)  

1206040586                      711647008(B4KYJ6) Matrix Spike (MS)  

 

The samples in this SDG were analyzed on an "as received" basis.  

 

Data Summary:  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Miscellaneous Information  

 

Additional Comments  

A pair of nitrate wash blanks is analyzed at the start of the batch. Although they are designated as ICB, they are

performed for calculating purposes only. The value of the nitrate wash blanks are averaged and subtracted from all

samples. Neither of these values should exceed 0.6 ug Cl. The PQL limit typically applied to ICB results does not

apply in this application, since the results are used only to determine background concentrations and are subtracted

from all calculated results.  

 

Breakthrough effect  

Breakthrough effect: If the value for a sample is greater than the reporting limit (10 ug/L), the result for the second

slug should not be greater than 25% of the combined value of the first and second slug. Results which do not meet

these criteria are designated with a "Fail" comment in the Breakthrough effect column on the Logbook page; however,

the "fail" designation is not applicable for samples with a result of less than 10 ug/L. 
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Product: Nitrate Nitrite by Cadmium Reduction  

Analytical Method: EPA 353.2  

Analytical Procedure: GL-GC-E-128 REV# 16  

Analytical Batch: 2771231  

 

The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647001                        B4KYK4  

711647002                        B4KYK5  

711647003                        B4KYL2  

711647004                        B4KYH6  

711647006                        B4KYJ3  

711647008                        B4KYJ6  

1206048823                      Method Blank (MB)  

1206048824                      Laboratory Control Sample (LCS)  

1206048825                      711647001(B4KYK4) Sample Duplicate (DUP)  

1206048831                      711647001(B4KYK4) Post Spike (PS)  

 

The samples in this SDG were analyzed on an "as received" basis.  

 

Data Summary:  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Technical Information  

 

Sample Dilutions  

The following samples 1206048825 (B4KYK4DUP), 1206048831 (B4KYK4PS), 711647001 (B4KYK4), 711647002

(B4KYK5), 711647003 (B4KYL2), 711647004 (B4KYH6), 711647006 (B4KYJ3) and 711647008 (B4KYJ6) were

diluted because target analyte concentrations exceeded the calibration range. Dilutions may be required for many

reasons, including to minimize matrix interferences or to bring over range target analyte concentrations into the linear

calibration range. 

Analyte
711647

001 002 003 004 006 008

Nitrogen, Nitrate/Nitrite 5X 5X 25X 25X 50X 50X 
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Product: Solids, Total Dissolved  

Analytical Method: 2540C_TDS  

Analytical Procedure: GL-GC-E-001 REV# 22  

Analytical Batch: 2762234  

 

The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647001                        B4KYK4  

711647002                        B4KYK5  

711647003                        B4KYL2  

711647004                        B4KYH6  

711647006                        B4KYJ3  

711647008                        B4KYJ6  

1206029773                      Method Blank (MB)  

1206029774                      Laboratory Control Sample (LCS)  

1206029775                      711647001(B4KYK4) Sample Duplicate (DUP)  

 

The samples in this SDG were analyzed on an "as received" basis.  

 

Data Summary:  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable. 
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Product: Alkalinity  

Analytical Method: 2320B_ALKALINITY  

Analytical Procedure: GL-GC-E-033 REV# 17  

Analytical Batch: 2759701  

 

The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647001                        B4KYK4  

711647002                        B4KYK5  

711647003                        B4KYL2  

711647004                        B4KYH6  

711647006                        B4KYJ3  

711647008                        B4KYJ6  

1206024900                      Laboratory Control Sample (LCS)  

1206024901                      Laboratory Control Sample (LCS)  

1206024902                      Laboratory Control Sample Duplicate (LCSD)  

1206024903                      Laboratory Control Sample Duplicate (LCSD)  

 

The samples in this SDG were analyzed on an "as received" basis.  

 

Data Summary:  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Quality Control (QC) Information  

 

Laboratory Control Sample Duplicate (LCSD)  

An LCSD was used in place of matrix QC due to limited sample volume.  

 

Certification Statement  

 

Where the analytical method has been performed under NELAP certification, the analysis has met all of the

requirements of the NELAC standard unless otherwise noted in the analytical case narrative. 
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GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

CPRC003 Central Plateau Cleanup Company (89223)

Client SDG: GEL711647  GEL Work Order: 711647

GEL requires all analytical data to be verified by a qualified data reviewer.  In addition, all CLP-like deliverables 
receive a third level review of the fractional data package.  

The following data validator verified the information presented in this data report: 

The Qualifiers in this report are defined as follows:
B     The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal 
to the IDL/MDL (as appropriate).
D     Results are reported from a diluted aliquot of sample.
U     Analyzed for but not detected above the MDL, MDA, MDC or LOD.

for
Qualifier Definition Report 

Signature: Name:

Date: Title:27 MAR 2025

Kristen Mizzell

Group Leader

Review/Validation
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Sample Data Summary
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Report Date: March 27, 2025

Parameter Result UnitsQualifier Analyst Date TimeDF Batch MethodRLDL PF

Halogen Analysis

Nutrient Analysis

Solids Analysis

Titration and Ion Analysis

2767214

2771231

2762234

2759701

2245

1055

1452

1254

ug/L

ug/L

ug/L

ug/L

03/17/25

03/25/25

03/10/25

03/04/25

RMJ

JLD1

RR4

JW2

10.0

250

10000

2000

1

5

Ms. Heather MedleyContact:

Central Plateau Cleanup CompanyCompany :
200 East / MO-277 / 108

Richland, Washington  99352

Address :

SAF I25-014Project:

711647001
WATER
03-MAR-25 08:31
04-MAR-25

B4KYK4 CPRC0I25014Project:
CPRC003Client ID:

Client

Sample ID:

Receive Date:

PO Box 1600

Client Sample ID:

Matrix:
Collect Date:

Collector:

3.33

85.0

2380

725

1

2

3

4

D

Total Organic Halogens

Nitrogen, Nitrate/Nitrite

Total Dissolved Solids

Alkalinity, Total as CaCO3

9020_TOX: COMMON "As Received"

353.2_NO3/NO2:COMMON "As Received"

2540C_TDS: COMMON "As Received"

2320_ALKALINITY: COMMON (Alkalinity only) "As Received"

11.5

3360

227000

132000

The following Analytical Methods were performed: 

1
2
3
4

Method Description 
9020_TOX
EPA 353.2
2540C_TDS
2320B_ALKALINITY

Analyst Comments 

Notes:

 
Lc/LC: Critical Level                 
PF: Prep Factor     
RL: Reporting Limit
SQL: Sample Quantitation Limit

Column headers are defined as follows: 
DF: Dilution Factor
DL: Detection Limit
MDA: Minimum Detectable Activity                
MDC: Minimum Detectable Concentration 
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Report Date: March 27, 2025

Parameter Result UnitsQualifier Analyst Date TimeDF Batch MethodRLDL PF

Halogen Analysis

Nutrient Analysis

Solids Analysis

Titration and Ion Analysis

2767214

2771231

2762234

2759701

0315

1058

1452

1255

ug/L

ug/L

ug/L

ug/L

03/18/25

03/25/25

03/10/25

03/04/25

RMJ

JLD1

RR4

JW2

10.0

250

10000

2000

1

5

Ms. Heather MedleyContact:

Central Plateau Cleanup CompanyCompany :
200 East / MO-277 / 108

Richland, Washington  99352

Address :

SAF I25-014Project:

711647002
WATER
03-MAR-25 08:31
04-MAR-25

B4KYK5 CPRC0I25014Project:
CPRC003Client ID:

Client

Sample ID:

Receive Date:

PO Box 1600

Client Sample ID:

Matrix:
Collect Date:

Collector:

3.33

85.0

2380

725

1

2

3

4

U

D

Total Organic Halogens

Nitrogen, Nitrate/Nitrite

Total Dissolved Solids

Alkalinity, Total as CaCO3

9020_TOX: COMMON "As Received"

353.2_NO3/NO2:COMMON "As Received"

2540C_TDS: COMMON "As Received"

2320_ALKALINITY: COMMON (Alkalinity only) "As Received"

3.33

3610

234000

132000

The following Analytical Methods were performed: 

1
2
3
4

Method Description 
9020_TOX
EPA 353.2
2540C_TDS
2320B_ALKALINITY

Analyst Comments 

Notes:

 
Lc/LC: Critical Level                 
PF: Prep Factor     
RL: Reporting Limit
SQL: Sample Quantitation Limit

Column headers are defined as follows: 
DF: Dilution Factor
DL: Detection Limit
MDA: Minimum Detectable Activity                
MDC: Minimum Detectable Concentration 
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Report Date: March 27, 2025

Parameter Result UnitsQualifier Analyst Date TimeDF Batch MethodRLDL PF

Halogen Analysis

Nutrient Analysis

Solids Analysis

Titration and Ion Analysis

2767214

2771231

2762234

2759701

0446

1224

1452

1256

ug/L

ug/L

ug/L

ug/L

03/18/25

03/25/25

03/10/25

03/04/25

RMJ

JLD1

RR4

JW2

10.0

1250

10000

2000

1

25

Ms. Heather MedleyContact:

Central Plateau Cleanup CompanyCompany :
200 East / MO-277 / 108

Richland, Washington  99352

Address :

SAF I25-014Project:

711647003
WATER
03-MAR-25 09:54
04-MAR-25

B4KYL2 CPRC0I25014Project:
CPRC003Client ID:

Client

Sample ID:

Receive Date:

PO Box 1600

Client Sample ID:

Matrix:
Collect Date:

Collector:

3.33

425

2380

725

1

2

3

4

U

D

Total Organic Halogens

Nitrogen, Nitrate/Nitrite

Total Dissolved Solids

Alkalinity, Total as CaCO3

9020_TOX: COMMON "As Received"

353.2_NO3/NO2:COMMON "As Received"

2540C_TDS: COMMON "As Received"

2320_ALKALINITY: COMMON (Alkalinity only) "As Received"

3.33

11900

304000

137000

The following Analytical Methods were performed: 

1
2
3
4

Method Description 
9020_TOX
EPA 353.2
2540C_TDS
2320B_ALKALINITY

Analyst Comments 

Notes:

 
Lc/LC: Critical Level                 
PF: Prep Factor     
RL: Reporting Limit
SQL: Sample Quantitation Limit

Column headers are defined as follows: 
DF: Dilution Factor
DL: Detection Limit
MDA: Minimum Detectable Activity                
MDC: Minimum Detectable Concentration 
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Report Date: March 27, 2025

Parameter Result UnitsQualifier Analyst Date TimeDF Batch MethodRLDL PF

Halogen Analysis

Nutrient Analysis

Solids Analysis

Titration and Ion Analysis

2767214

2771231

2762234

2759701

0538

1225

1452

1257

ug/L

ug/L

ug/L

ug/L

03/18/25

03/25/25

03/10/25

03/04/25

RMJ

JLD1

RR4

JW2

10.0

1250

10000

2000

1

25

Ms. Heather MedleyContact:

Central Plateau Cleanup CompanyCompany :
200 East / MO-277 / 108

Richland, Washington  99352

Address :

SAF I25-014Project:

711647004
WATER
03-MAR-25 10:31
04-MAR-25

B4KYH6 CPRC0I25014Project:
CPRC003Client ID:

Client

Sample ID:

Receive Date:

PO Box 1600

Client Sample ID:

Matrix:
Collect Date:

Collector:

3.33

425

2380

725

1

2

3

4

B

D

Total Organic Halogens

Nitrogen, Nitrate/Nitrite

Total Dissolved Solids

Alkalinity, Total as CaCO3

9020_TOX: COMMON "As Received"

353.2_NO3/NO2:COMMON "As Received"

2540C_TDS: COMMON "As Received"

2320_ALKALINITY: COMMON (Alkalinity only) "As Received"

6.26

11300

276000

136000

The following Analytical Methods were performed: 

1
2
3
4

Method Description 
9020_TOX
EPA 353.2
2540C_TDS
2320B_ALKALINITY

Analyst Comments 

Notes:

 
Lc/LC: Critical Level                 
PF: Prep Factor     
RL: Reporting Limit
SQL: Sample Quantitation Limit

Column headers are defined as follows: 
DF: Dilution Factor
DL: Detection Limit
MDA: Minimum Detectable Activity                
MDC: Minimum Detectable Concentration 
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Report Date: March 27, 2025

Parameter Result UnitsQualifier Analyst Date TimeDF Batch MethodRLDL PF

Halogen Analysis

Nutrient Analysis

Solids Analysis

Titration and Ion Analysis

2767214

2771231

2762234

2759701

0413

1226

1452

1258

ug/L

ug/L

ug/L

ug/L

03/18/25

03/25/25

03/10/25

03/04/25

RMJ

JLD1

RR4

JW2

10.0

2500

10000

2000

1

50

Ms. Heather MedleyContact:

Central Plateau Cleanup CompanyCompany :
200 East / MO-277 / 108

Richland, Washington  99352

Address :

SAF I25-014Project:

711647006
WATER
03-MAR-25 11:10
04-MAR-25

B4KYJ3 CPRC0I25014Project:
CPRC003Client ID:

Client

Sample ID:

Receive Date:

PO Box 1600

Client Sample ID:

Matrix:
Collect Date:

Collector:

3.33

850

2380

725

1

2

3

4

U

D

Total Organic Halogens

Nitrogen, Nitrate/Nitrite

Total Dissolved Solids

Alkalinity, Total as CaCO3

9020_TOX: COMMON "As Received"

353.2_NO3/NO2:COMMON "As Received"

2540C_TDS: COMMON "As Received"

2320_ALKALINITY: COMMON (Alkalinity only) "As Received"

3.33

30600

418000

129000

The following Analytical Methods were performed: 

1
2
3
4

Method Description 
9020_TOX
EPA 353.2
2540C_TDS
2320B_ALKALINITY

Analyst Comments 

Notes:

 
Lc/LC: Critical Level                 
PF: Prep Factor     
RL: Reporting Limit
SQL: Sample Quantitation Limit

Column headers are defined as follows: 
DF: Dilution Factor
DL: Detection Limit
MDA: Minimum Detectable Activity                
MDC: Minimum Detectable Concentration 
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Certificate of Analysis

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Report Date: March 27, 2025

Parameter Result UnitsQualifier Analyst Date TimeDF Batch MethodRLDL PF

Halogen Analysis

Nutrient Analysis

Solids Analysis

Titration and Ion Analysis

2767216

2771231

2762234

2759701

0235

1227

1452

1259

ug/L

ug/L

ug/L

ug/L

03/19/25

03/25/25

03/10/25

03/04/25

RMJ

JLD1

RR4

JW2

10.0

2500

10000

2000

1

50

Ms. Heather MedleyContact:

Central Plateau Cleanup CompanyCompany :
200 East / MO-277 / 108

Richland, Washington  99352

Address :

SAF I25-014Project:

711647008
WATER
03-MAR-25 11:47
04-MAR-25

B4KYJ6 CPRC0I25014Project:
CPRC003Client ID:

Client

Sample ID:

Receive Date:

PO Box 1600

Client Sample ID:

Matrix:
Collect Date:

Collector:

3.33

850

2380

725

1

2

3

4

U

D

Total Organic Halogens

Nitrogen, Nitrate/Nitrite

Total Dissolved Solids

Alkalinity, Total as CaCO3

9020_TOX: COMMON "As Received"

353.2_NO3/NO2:COMMON "As Received"

2540C_TDS: COMMON "As Received"

2320_ALKALINITY: COMMON (Alkalinity only) "As Received"

3.33

40100

473000

117000

The following Analytical Methods were performed: 

1
2
3
4

Method Description 
9020_TOX
EPA 353.2
2540C_TDS
2320B_ALKALINITY

Analyst Comments 

Notes:

 
Lc/LC: Critical Level                 
PF: Prep Factor     
RL: Reporting Limit
SQL: Sample Quantitation Limit

Column headers are defined as follows: 
DF: Dilution Factor
DL: Detection Limit
MDA: Minimum Detectable Activity                
MDC: Minimum Detectable Concentration 
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Quality Control 
Summary
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Halogen Analysis

Nutrient Analysis

2767214

2767216

2771231

Batch

Batch

Batch

Total Organic Halogens

Total Organic Halogens

Total Organic Halogens

Total Organic Halogens

Total Organic Halogens

Total Organic Halogens

Total Organic Halogens

Total Organic Halogens

Nitrogen, Nitrate/Nitrite

Parmname

Ms. Heather MedleyContact:

Central Plateau Cleanup Company
200 East / MO-277 / 108

Richland, Washington 

March 27, 2025Report Date:

Units  

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

RMJ

RMJ

JLD1

03/17/25 23:01

03/17/25 22:26

03/17/25 22:04

03/17/25 23:37

03/19/25 02:56

03/19/25 02:16

03/19/25 01:54

03/19/25 03:40

03/25/25 10:56

QC

14.4

106

3.33

103

9.56

100

3.33

104

3360

NOM Sample

11.5

11.5

3.33

3.33

3360

Range

(+/-10.0)

(80%-120%)

(75%-125%)

(+/-10.0)

(80%-120%)

(75%-125%)

(0%-20%)

Qual

U

B

U

D

QC1206040572    711647001

QC1206040571     

QC1206040570     

QC1206040573    711647001

QC1206040585    711647008

QC1206040584     

QC1206040583     

QC1206040586    711647008

QC1206048825    711647001

22.4

109

0

REC%

106

91.4

100

101

100

100

100

100

DUP

LCS

MB

MS

DUP

LCS

MB

MS

DUP

711647Workorder:

PO Box 1600

U

U

D

^

^

RPD%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Nutrient Analysis

Solids Analysis

Titration and Ion Analysis

2771231

2762234

2759701

Batch

Batch

Batch

Nitrogen, Nitrate/Nitrite

Nitrogen, Nitrate/Nitrite

Nitrogen, Nitrate/Nitrite

Total Dissolved Solids

Total Dissolved Solids

Total Dissolved Solids

Alkalinity, Total as CaCO3

Alkalinity, Total as CaCO3

Alkalinity, Total as CaCO3

Alkalinity, Total as CaCO3

Parmname Units  

ug/L

ug/L

mg/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

ug/L

Anlst Date Time

JLD1

RR4

JW2

03/25/25 10:53

03/25/25 10:52

03/25/25 10:57

03/10/25 14:52

03/10/25 14:52

03/10/25 14:52

03/04/25 12:48

03/04/25 12:50

03/04/25 12:49

03/04/25 12:51

QC

984

17.0

1.61

224000

289000

2380

53800

15400

53500

15900

NOM Sample

0.672

227000

Range

(90%-110%)

(90%-110%)

(0%-20%)

(80%-120%)

(80%-120%)

(80%-120%)

(0%-20%)

(0%-20%)

Qual

U

D

U

QC1206048824     

QC1206048823     

QC1206048831    711647001

QC1206029775    711647001

QC1206029774     

QC1206029773     

QC1206024900     

QC1206024901     

QC1206024902     

QC1206024903     

1.33

0.559

3.19

REC%

98.4

93.8

96.3

108

103

107

106

1000

1.00

300000

50000

15000

50000

15000

LCS

MB

PS

DUP

LCS

MB

LCS

LCS

LCSD

LCSD

711647Workorder:

D

RPD%
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston, SC 29407 - (843) 556-8171 - www.gel.com

Parmname

Page  3 of  3

Units  Anlst Date TimeQCNOM Sample RangeQual

The Qualifiers in this report are defined as follows:

REC%

711647Workorder:

U

X

N

>

Z

D

E

Y

B

C

<

H

Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Spike Sample recovery is outside control limits.

 Result greater than quantifiable range or greater than upper limit of the analysis range

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Results are reported from a diluted aliquot of sample.

Reported value is estimated due to interferences.  See comment in narrative.

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as appropriate).

Target analyte was detected in the sample and the associated blank. The associated blank concentration is >= EQL or is > 5% of the measured 
concentration and/or decision level for associated samples.
Sample is below the EPA guidance level for Reactive Releasable Cyanide and/or Reactive Releasable Sulfide

Laboratory holding time exceeded before the sample was analyzed.

N/A indicates that spike recovery limits do not apply when sample concentration exceeds spike conc. by a factor of 4 or more or %RPD not applicable.
^ The Relative Percent Difference (RPD) obtained from the sample duplicate  (DUP) is evaluated against the acceptance criteria when the sample is greater than 
five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is less than 5X the RL, a control limit of +/- the 
RL is used to evaluate the DUP result.
* Indicates that a Quality Control parameter was not within specifications.
For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations.

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless qualified on the QC Summary.

RPD%

Notes:
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Radiological Analysis
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Case Narrative
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Radiochemistry  

Technical Case Narrative  

Central Plateau Cleanup Company  

SDG #: GEL711647  

Work Order #: 711647

 

 

 

Product: SMR_I129LOWLEVEL_RAD  

Analytical Method: DOE EML HASL-300,I-01 Modified  

Analytical Procedure: GL-RAD-A-006 REV# 23  

Analytical Batch: 2760220  

The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647003                        B4KYL2  

1206025972                      Method Blank (MB)  

1206025973                      711295001(NonSDG) Sample Duplicate (DUP)  

1206025974                      711295001(NonSDG) Matrix Spike (MS)  

1206025975                      Laboratory Control Sample (LCS)  

 

The samples in this SDG were analyzed on an "as received" basis.  

Data Summary:  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable.  

 

 

 

 

 

Product: SMR_ALPHABETA_GPC  

Analytical Method: ALPHABETA_GPC  

Analytical Procedure: GL-RAD-A-001 REV# 20  

Analytical Batch: 2759715  

The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647001                        B4KYK4  

711647002                        B4KYK5  

711647008                        B4KYJ6  

1206024928                      Method Blank (MB)  

1206024929                      711636001(NonSDG) Sample Duplicate (DUP)  

1206024930                      711636001(NonSDG) Matrix Spike (MS)  

1206024931                      711636001(NonSDG) Matrix Spike Duplicate (MSD)  

1206024932                      Laboratory Control Sample (LCS)  

 

The samples in this SDG were analyzed on an "as received" basis.  

Data Summary:  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the
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following exceptions.  

 

Technical Information  

 

Gross Alpha/Beta Preparation Information  

High hygroscopic salt content in evaporated samples can cause the sample mass to fluctuate due to moisture

absorption. To minimize this interference, the salts are converted to oxides by heating the sample under a flame until

a dull red color is obtained. The conversion to oxides stabilizes the sample weight and ensures that proper alpha/beta

efficiencies are assigned for each sample. Volatile radioisotopes of carbon, hydrogen, technetium, polonium and

cesium may be lost during sample heating.  

 

 

 

 

 

Product: SMR_TOTAL ALPHA RA_GPC  

Analytical Method: EPA 900.1 Mod/ EPA 903.0 Mod  

Analytical Procedure: GL-RAD-A-010 REV# 22  

Analytical Batch: 2761084  

The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647001                        B4KYK4  

711647002                        B4KYK5  

711647003                        B4KYL2  

711647004                        B4KYH6  

711647006                        B4KYJ3  

711647008                        B4KYJ6  

1206027659                      Method Blank (MB)  

1206027660                      711647001(B4KYK4) Sample Duplicate (DUP)  

1206027661                      Laboratory Control Sample (LCS)  

 

The samples in this SDG were analyzed on an "as received" basis.  

Data Summary:  

 

All sample data provided in this report met the acceptance criteria specified in the analytical methods and procedures

for initial calibration, continuing calibration, instrument controls and process controls where applicable, with the

following exceptions.  

 

Technical Information  

 

Recounts  

Sample 1206027661 (LCS) was recounted due to high recovery. The recount is reported.  

 

 

 

 

 

Product: SMR_TC99_LSC  

Analytical Method: TC99_LSC  

Analytical Procedure: GL-RAD-A-059 REV# 5  

Analytical Batch: 2763241  
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The following samples were analyzed using the above methods and analytical procedure(s).  

 

GEL Sample ID#             Client Sample Identification  

711647008                        B4KYJ6  

1206032121                      Method Blank (MB)  

1206032122                      711631003(NonSDG) Sample Duplicate (DUP)  

1206032123                      Laboratory Control Sample (LCS)  

 

The samples in this SDG were analyzed on an "as received" basis.  

Data Summary:  

 

There are no exceptions, anomalies or deviations from the specified methods. All sample data provided in this report

met the acceptance criteria specified in the analytical methods and procedures for initial calibration, continuing

calibration, instrument controls and process controls where applicable.  

 

 

 

 

 

Certification Statement  

 

Where the analytical method has been performed under NELAP certification, the analysis has met all of the

requirements of the NELAC standard unless otherwise noted in the analytical case narrative. 
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GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

CPRC003 Central Plateau Cleanup Company (89223)

Client SDG: GEL711647  GEL Work Order: 711647

GEL requires all analytical data to be verified by a qualified data reviewer.  In addition, all CLP-like deliverables 
receive a third level review of the fractional data package.  

The following data validator verified the information presented in this data report: 

The Qualifiers in this report are defined as follows:
U     Analyzed for but not detected above the MDL, MDA, MDC or LOD.

for
Qualifier Definition Report 

Signature: Name:

Date: Title:27 MAR 2025

John Petrovic

Data Validator

Review/Validation
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Sample Data Summary
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647001 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 08:31

Surrogate/Tracer recovery Recovery% Acceptable Limits

28.8

5.89

5.86

2.70

2.49

2.83

Client: CPRC003 Project: CPRC0I25014

CAS No. Parmname ResultQual RDL

Method: ALPHABETA_GPC GL-RAD-A-001Batch ID: 2759715
Instrument: LB4200OA3

70 min

SOP Ref:
Run Date: 03/07/2025 13:10 Analyst: AH4

150.7 mLAliquot:

Units

pCi/L

pCi/L

B4KYK4Client ID:

Prep Date: 03/06/2025 09:03

Result Nominal

2759715  EPA 900.0/SW846 9310

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
AB2759715r2.xlsData File:

Beta

Alpha
BETA

ALPHA

12587-47-2

12587-46-1

4.00

3.00

Units

+/-3.43

+/-2.50

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647001 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 08:31

Surrogate/Tracer recovery Recovery% Acceptable Limits

0.0459U 0.277 0.654

Client: CPRC003 Project: CPRC0I25014

Barium Carrier 100 (40%-110%)

CAS No. Parmname ResultQual RDL

Method: EPA 900.1 Mod/ EPA 903.0 Mod GL-RAD-A-010Batch ID: 2761084
Instrument: PIC12A

60 min

SOP Ref:
Run Date: 03/25/2025 14:32 Analyst: HH3

200.46 mLAliquot:

Units

pCi/L

B4KYK4Client ID:

Prep Date: 03/21/2025 13:03

Result Nominal

27.4 27.4 mg

2761084  EPA 900.1 Mod/ EPA 903.0 Mo

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
RA2761084r1.xlsData File:

Total Alpha RadiumALPHA-RA 1.00

Units

+/-0.277

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647002 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 08:31

Surrogate/Tracer recovery Recovery% Acceptable Limits

33.3

4.01

6.69

2.19

2.76

2.19

Client: CPRC003 Project: CPRC0I25014

CAS No. Parmname ResultQual RDL

Method: ALPHABETA_GPC GL-RAD-A-001Batch ID: 2759715
Instrument: LB4200OA4

60 min

SOP Ref:
Run Date: 03/07/2025 13:10 Analyst: AH4

152 mLAliquot:

Units

pCi/L

pCi/L

B4KYK5Client ID:

Prep Date: 03/06/2025 09:03

Result Nominal

2759715  EPA 900.0/SW846 9310

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
AB2759715r2.xlsData File:

Beta

Alpha
BETA

ALPHA

12587-47-2

12587-46-1

4.00

3.00

Units

+/-3.93

+/-2.08

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647002 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 08:31

Surrogate/Tracer recovery Recovery% Acceptable Limits

-0.0260U 0.295 0.702

Client: CPRC003 Project: CPRC0I25014

Barium Carrier 101 (40%-110%)

CAS No. Parmname ResultQual RDL

Method: EPA 900.1 Mod/ EPA 903.0 Mod GL-RAD-A-010Batch ID: 2761084
Instrument: PIC12B

60 min

SOP Ref:
Run Date: 03/25/2025 14:32 Analyst: HH3

203.74 mLAliquot:

Units

pCi/L

B4KYK5Client ID:

Prep Date: 03/21/2025 13:03

Result Nominal

27.6 27.4 mg

2761084  EPA 900.1 Mod/ EPA 903.0 Mo

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
RA2761084r1.xlsData File:

Total Alpha RadiumALPHA-RA 1.00

Units

+/-0.295

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647003 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 09:54

Surrogate/Tracer recovery Recovery% Acceptable Limits

-0.0892U 0.382 0.880

Client: CPRC003 Project: CPRC0I25014

Barium Carrier 97.5 (40%-110%)

CAS No. Parmname ResultQual RDL

Method: EPA 900.1 Mod/ EPA 903.0 Mod GL-RAD-A-010Batch ID: 2761084
Instrument: PIC12C

60 min

SOP Ref:
Run Date: 03/25/2025 14:32 Analyst: HH3

200.59 mLAliquot:

Units

pCi/L

B4KYL2Client ID:

Prep Date: 03/21/2025 13:03

Result Nominal

26.7 27.4 mg

2761084  EPA 900.1 Mod/ EPA 903.0 Mo

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
RA2761084r1.xlsData File:

Total Alpha RadiumALPHA-RA 1.00

Units

+/-0.381

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647003 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 09:54

Surrogate/Tracer recovery Recovery% Acceptable Limits

3.25 0.951 0.677

Client: CPRC003 Project: CPRC0I25014

CAS No. Parmname ResultQual RDL

Method: DOE EML HASL-300,I-01 Mo GL-RAD-A-006Batch ID: 2760220
Instrument: XRAY3

120 min

SOP Ref:
Run Date: 03/26/2025 22:35 Analyst: SF1

1.2261 LAliquot:

Units

pCi/L

B4KYL2Client ID:

Prep Date: 03/26/2025 09:43

Result Nominal

2760220  DOE EML HASL-300,I-01 M

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
I711647003.CNF;1        Data File:

Iodine-12915046-84-1 1.00

Units

+/-0.894

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647004 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 10:31

Surrogate/Tracer recovery Recovery% Acceptable Limits

-0.218U 0.157 0.663

Client: CPRC003 Project: CPRC0I25014

Barium Carrier 103 (40%-110%)

CAS No. Parmname ResultQual RDL

Method: EPA 900.1 Mod/ EPA 903.0 Mod GL-RAD-A-010Batch ID: 2761084
Instrument: PIC12D

60 min

SOP Ref:
Run Date: 03/25/2025 14:32 Analyst: HH3

201.31 mLAliquot:

Units

pCi/L

B4KYH6Client ID:

Prep Date: 03/21/2025 13:03

Result Nominal

28.1 27.4 mg

2761084  EPA 900.1 Mod/ EPA 903.0 Mo

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
RA2761084r1.xlsData File:

Total Alpha RadiumALPHA-RA 1.00

Units

+/-0.156

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647006 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 11:10

Surrogate/Tracer recovery Recovery% Acceptable Limits

-0.0146U 0.223 0.613

Client: CPRC003 Project: CPRC0I25014

Barium Carrier 82.2 (40%-110%)

CAS No. Parmname ResultQual RDL

Method: EPA 900.1 Mod/ EPA 903.0 Mod GL-RAD-A-010Batch ID: 2761084
Instrument: PIC13A

60 min

SOP Ref:
Run Date: 03/25/2025 14:32 Analyst: HH3

203.66 mLAliquot:

Units

pCi/L

B4KYJ3Client ID:

Prep Date: 03/21/2025 13:03

Result Nominal

22.5 27.4 mg

2761084  EPA 900.1 Mod/ EPA 903.0 Mo

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
RA2761084r1.xlsData File:

Total Alpha RadiumALPHA-RA 1.00

Units

+/-0.223

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647008 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 11:47

Surrogate/Tracer recovery Recovery% Acceptable Limits

69.7

1.21U

12.8

1.80

2.96

2.82

Client: CPRC003 Project: CPRC0I25014

CAS No. Parmname ResultQual RDL

Method: ALPHABETA_GPC GL-RAD-A-001Batch ID: 2759715
Instrument: LB4200OB1

60 min

SOP Ref:
Run Date: 03/07/2025 13:10 Analyst: AH4

155.9 mLAliquot:

Units

pCi/L

pCi/L

B4KYJ6Client ID:

Prep Date: 03/06/2025 09:03

Result Nominal

2759715  EPA 900.0/SW846 9310

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
AB2759715r2.xlsData File:

Beta

Alpha
BETA

ALPHA

12587-47-2

12587-46-1

4.00

3.00

Units

+/-5.58

+/-1.78

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647008 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 11:47

Surrogate/Tracer recovery Recovery% Acceptable Limits

0.248U 0.344 0.587

Client: CPRC003 Project: CPRC0I25014

Barium Carrier 99 (40%-110%)

CAS No. Parmname ResultQual RDL

Method: EPA 900.1 Mod/ EPA 903.0 Mod GL-RAD-A-010Batch ID: 2761084
Instrument: PIC13B

60 min

SOP Ref:
Run Date: 03/25/2025 14:32 Analyst: HH3

199.33 mLAliquot:

Units

pCi/L

B4KYJ6Client ID:

Prep Date: 03/21/2025 13:03

Result Nominal

27.1 27.4 mg

2761084  EPA 900.1 Mod/ EPA 903.0 Mo

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
RA2761084r1.xlsData File:

Total Alpha RadiumALPHA-RA 1.00

Units

+/-0.341

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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GEL Laboratories LLC

Rad 
Certificate of Analysis

Sample Summary

Page  1      of  1     

March 27, 2025Report Date: 

SDG Number: GEL711647
Lab Sample ID: 711647008 Matrix: WATER

Date Received: 03/04/2025 09:40
Date Collected: 03/03/2025 11:47

Surrogate/Tracer recovery Recovery% Acceptable Limits

48.4 21.5 32.4

Client: CPRC003 Project: CPRC0I25014

Technetium-99m Tracer 95.7 (30%-105%)

CAS No. Parmname ResultQual RDL

Method: TC99_LSC GL-RAD-A-059Batch ID: 2763241
Instrument: LSCJADE

15 min

SOP Ref:
Run Date: 03/25/2025 13:26 Analyst: GS3

100.33 mLAliquot:

Units

pCi/L

B4KYJ6Client ID:

Prep Date: 03/19/2025 08:04

Result Nominal

42700 44600 CPM

2763241  DOE EML HASL-300, Tc-02-

"As Received"

Prep Method:

Prep Basis: 

TPU MDC

Count Time:

Comments:

U    Analyzed for but not detected above the MDL, MDA, MDC or LOD.

Prep Batch:
E2763241.xlsData File:

Technetium-9914133-76-7 50.0

Units

+/-20.8

Uncert

TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

The MDC is a sample specific MDC.
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Gamma Spec

Rad Gas Flow

2760220

2759715

Batch

Batch

Iodine-129

Iodine-129

Iodine-129

Iodine-129

Alpha

Beta

Alpha

Beta

Alpha

Beta

Alpha

Beta

Parmname

Ms. Heather MedleyContact:

Central Plateau Cleanup CompanyClient :
200 East / MO-277 / 108

Richland, Washington 

March 27, 2025Report Date:

Units

pCi/L

pCi/L

pCi/L

pCi/L

pCi/L

pCi/L

pCi/L

pCi/L

pCi/L

pCi/L

pCi/L

pCi/L

Analyst Date Time

SF1

AH4

03/27/25

03/27/25

03/27/25

03/27/25

03/07/25

03/07/25

06:09

06:23

07:48

07:48

13:10

13:10

QC

0.184

0.147

38.1

40.4

-0.347

-0.319

0.138

0.581

209

709

235

838

NOM Sample

0.335

0.335

-0.521

1.86

-0.521

1.86

-0.521

1.86

Range

(75%-125%)

(80%-120%)

(75%-125%)

(75%-125%)

(75%-125%)

(75%-125%)

Qual

U

U

U

U

U

U

QC1206025972     

QC1206025973    711295001

QC1206025974    711295001

QC1206025975     

QC1206024928     

QC1206024929    711636001

QC1206024930    711636001

QC1206024931    711636001

99352

95.7

107

104

108

102

112

39.5

37.7

201

654

230

748

MB

DUP

MS

LCS

MB

DUP

MS

MSD

711647Workorder:

PO Box 1600

U

U

U

U

U

U

U

U

+/-0.469

+/-0.469

+/-0.424

+/-1.75

+/-0.424

+/-1.75

+/-0.424

+/-0.392

+/-0.292

+/-3.84

+/-3.74

+/-0.344

+/-1.31

+/-1.15

+/-1.69

+/-18.6

+/-26.7

+/-21.1

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

+/-0.493

+/-0.493

+/-0.425

+/-1.77

+/-0.425

+/-1.77

+/-0.425

+/-0.402

+/-0.299

+/-5.40

+/-5.51

+/-0.345

+/-1.31

+/-1.15

+/-1.70

+/-40.1

+/-119

+/-45.3

0

0

0

12

RPD:

RPD:

RPD:

RPD:

N/A

N/A

N/A

(0%-20%)

0.639

1.06

1.02

0.835

RER:

RER:

RER:

RER:

(0-2)

(0-2)

(0-2)

(0-2)

REC:

REC:

REC:

REC:

REC:

REC:

QC Criteria

Page  1 of  3

Page 90 of 92    SDG: GEL711647

GEL711647 April 1, 2025 Rev. 0

Page 92 of 94



QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Rad Gas Flow

Rad Liquid Scintillation

2759715

2761084

2763241

Batch

Batch

Batch

Alpha

Beta

Total Alpha Radium

Barium Carrier

Total Alpha Radium

Barium Carrier

Total Alpha Radium

Barium Carrier

Technetium-99

Technetium-99m Tracer

Technetium-99

Technetium-99m Tracer

Technetium-99

Technetium-99m Tracer

Parmname Units

pCi/L

pCi/L

pCi/L

mg

pCi/L

mg

pCi/L

mg

pCi/L

CPM

pCi/L

CPM

pCi/L

CPM

Analyst Date Time

HH3

GS3

03/25/25

03/25/25

03/26/25

03/25/25

03/25/25

03/25/25

14:32

14:32

13:15

17:56

18:12

18:29

QC

80.0

273

-0.0803

27.0

0.106

27.2

570

27.7

-27.8

44000

3110

42500

507

42300

NOM Sample

0.0459

27.4

2740

43900

Range

(80%-120%)

(80%-120%)

(40%-110%)

(40%-110%)

(80%-120%)

(40%-110%)

(30%-105%)

(30%-105%)

(80%-120%)

(30%-105%)

Qual

U

U

U

QC1206024932     

QC1206027659     

QC1206027660    711647001

QC1206027661     

QC1206032121     

QC1206032122    711631003

QC1206032123     

The Qualifiers in this report are defined as follows:

104

109

99

99

102

101

99

95

82.3

95

76.8

250

27.4

27.4

561

27.4

44600

44600

615

44600

LCS

MB

DUP

LCS

MB

DUP

LCS

711647Workorder:

U Analyzed for but not detected above the MDL, MDA, MDC or LOD.

**

**

**

**

**

**

U

+/-1.75

+/-0.277

+/-73.6

+/-31.5

+/-7.06

+/-10.3

+/-0.195

+/-0.277

+/-11.1

+/-16.3

+/-79.7

+/-36.2

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

Uncert:  

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

TPU:

+/-1.77

+/-0.277

+/-320

+/-142

+/-15.4

+/-47.1

+/-0.195

+/-0.277

+/-97.7

+/-16.3

+/-361

+/-67.9

17

0

12

RPD:

RPD:

RPD:

Notes:
TPU and Counting Uncertainty are calculated at the 95% confidence level (1.96-sigma).

(0%-20%)

N/A

(0%-20%)

1.36

0.299

1.48

RER:

RER:

RER:

(0-2)

(0-2)

(0-2)

REC:

REC:

REC:

REC:

REC:

REC:

REC:

REC:

REC:

REC:

QC Criteria
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QC Summary

GEL LABORATORIES LLC
2040 Savage Road  Charleston SC 29407 - (843) 556-8171 - www.gel.com

Parmname

Page  3 of  3

Units Analyst Date TimeQCNOM Sample RangeQual

711647Workorder:

X

N

>

Z

D

E

Y

B

C

<

H

*

M

S

W

+

J

P

C

B

E

A

O

T

UX

B

O

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Spike Sample recovery is outside control limits.

 Result greater than quantifiable range or greater than upper limit of the analysis range

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

Results are reported from a diluted aliquot of sample.

Reported value is estimated due to interferences.  See comment in narrative.

Consult Case Narrative, Data Summary package, or Project Manager concerning this qualifier

The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as appropriate).

Target analyte was detected in the sample and the associated blank. The associated blank concentration is >= EQL or is > 5% of the measured 
concentration and/or decision level for associated samples.
Sample is below the EPA guidance level for Reactive Releasable Cyanide and/or Reactive Releasable Sulfide

Laboratory holding time exceeded before the sample was analyzed.

Duplicate analysis not within control limits

Duplicate precision not met.

Reported value determined by the Method of Standard Additions (MSA)

Post-digestion spike recovery for GFAA out of control limit. Sample absorbency < 50% of spike absorbency. 

Correlation coefficient for Method of Standard Additions (MSA) is < 0.995 

The analyte was detected at a value less than the contract required detection limit (RDL), but greater than or equal to the IDL/MDL (as 
appropriate).Value is estimated
Aroclor target analyte with greater than 25% difference between column analyses.

Analyte has been confirmed by GC/MS analysis

The analyte was detected in both the associated QC blank and in the sample. 

Concentration exceeds the calibration range of the instrument

The TIC is a suspected aldol-condensation product

Analyte failed to recover within LCS limits (0rganics only) 

Spike and/or spike duplicate sample recovery is outside control limits. 

Gamma Spectroscopy--Uncertain identification 

The analyte was detected in the associated method blank >/= MDC or >5% sample activity.

Analyte failed to recover within LCS limits 

N/A indicates that spike recovery limits do not apply when sample concentration exceeds spike conc. by a factor of 4 or more or %RPD not applicable.
** Indicates analyte is a surrogate compound.
^ The Relative Percent Difference (RPD) obtained from the sample duplicate  (DUP) is evaluated against the acceptence criteria when the sample is greater than 
       five times (5X) the contract required detection limit (RL). In cases where either the sample or duplicate value is less than 5X the RL, a control limit of +/- 
the        RL is used to evaluate the DUP result.
For PS, PSD, and SDILT results, the values listed are the measured amounts, not final concentrations.

Where the analytical method has been performed under NELAP certification, the analysis has met all of the
requirements of the NELAC standard unless qualified on the QC Summary.

QC Criteria
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