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WSCF 
ANALYTICAL LABORATORY REPORT 
ANALYSIS OF BULK SAMPLES FOR FIBER CONTENT 

Your samples have been analyzed for fiber content using polarized light microscopy 
and dispersion staining in accordance with Industrial Hygiene Laboratory Procedure 
HAPR70-5. hased on 40 CFR Part 763. Subpart E, App. E and EPA method 
EPA/600/R-93/116. The results are attached. 

This method provides a visual estimate of the precentage of each fiber type 
present. It is a semiquantitative method intended to identify materials 
containing > or = 1 % asbestos fibers.* Reported fiber percentages for samples 
and sample layers are based on the samples as rece ived by the laboratory. The 
laboratory cannot verify that these values are representative of the original material 
sampled. 

The Waste Sampling and Charcaterization Facility, is accredited by the National Institute 
of Standards and Technology (NIST). National Voluntary Laboratory Accreditation 
Program (NV LAP). to analyze bulk samples for asbestos content. This 
accreditation does not constitute approval or endorsement of analytical results 
by NIST nor does it apply to other analyses performed by this laboratory. 

If there are questions concerning this report, please contact the approved signatory 
listed on the cover page of this report. 

* Because of the nonhomogeneous nature of soils. results will be reported 
using the following terms rather than percentages: 

1. None - No asbestos fibers found. 

2. Trace detectable - With extensive searching, a few fibers of the type 
indicated were found: concentration very low, well below 1 %. 

3. Obvious presence - Fibers easily found but overall concentration still low. 

4. Significant presence - Fibers readily found; overall concentration may approach 
or exceed I % level. 

Polarized I ight microscopy (PLM) may not be the preferred method for identification 
of asbestos in floor tile. Most vinyl floor tiles marketed in the late sixties to mid­
seventies contained asbestos milled so fine as to be below detection limits for PLM 
techniques. Tiles of that vintage, showing any detectable asbestos fibers should be 
considered to be asbestos-containing material. Non-detection of asbestos by PLM 
should not be considered conclusive proof that the tiles do not contain asbestos. 
Follow-up analysis by other techniques may be required. 
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WSCF 
ANALYTICAL LABORATORY REPORT 

Attention: C Koerner Bl-35/DS Smith X5-53 

Sample# Client ID Test Performed Range 

W971000917 BOL243 The followin are the results of this test- Bulk Asbestos Layer 1 

SAMPLE COMMENT--­

SAMPLE COMMENT---

Chrysotile Asbestos 

Amosite Asbestos 

80% white fibrous and granular 

Reportedly AC unit duct work/ Location A· 1 

W971000917 BOL243 The following are the results of this test · Bulk Asbestos Layer 2 

SAMPLE COMMENT---

Fiberglas• 

20 % white woven material with above 

W97100091 B BOL245 The followin are the results of this test · Bulk Asbestos la er 1 

SAMPLE COMMENT·· · 

SAMPLE COMMENT---

Amosite Asbestos 

Chrysolile Aabe•to, 

85 % white fibrous and granular 

Reportedly AC unit duct work/Location A-2 

W971000918 BOL245 The following are the results of this test · Bulk Asbestos Layer 2 

SAMPLE COMMENT---

Fiberglass 

15 % white woven material with above 

MDL=Minimum Detection Limit 
RQ = Result Qualifier B . The analyte was detected in the associated method blank . 

N • Identification is based on a mass spectral library search . 

Result Units 

15-25 % 

5-10 % 

90-95 % 

10-20 % 

20-30 % 

90-95 % 

J · Estimated value . 

U - The analyte was analyzed for but not detected . 

bulk/rev .2 This report may not be reproduced. except in its entirety without the written approval of the WSCF Laboratory . 
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WSCF 
ANALYTICAL LABORATORY REPORT 

Attention: C Koerner 81-35/DS Smith X5-53 

Sample# Client ID Test Performed Range 

W97I000919 BOL247 The following are the results of this test- Bulk Asbestos Layer 1 

SAMPLE COMMENT--­

SAMPLE COMMENT---

Chrysotile Asbestos 

Amosite Asbe stos 

90 % white fibrous and granular 

Reportedly AC unit duct work/Location A-3 . 

W97I000919 BOL247 The following are the results of this test- Bulk Asbestos Layer 2 

SAMPLE COMMENT---

Fiberglass 

10% white woven material with above . 

W97I000920 BOL249 The following are the results of this test- Bulk Asbestos Layer 1 

SAMPLE COMMENT--­

SAMPLE COMMENT---

95 % beige paper 

Chrysotile Asbestos 

Cellulose 

Reportedly water pipe inculation/Location 8 -1 . 

W97I000920 BOL249 The following are the results of this test- Bulk Asbestos Layer 2 

SAMPLE COMMENT- --

Cellulose 

5 % yellow woven material with above . 

W97I000921 BOL251 The following are the results of this test- Bulk Asbestos Layer 1 

SAMPLE COMMENT··· 

SAMPLE COMMENT---

Cellulose 

Chry1otile Asbestos 

95 % beige paper 

Reportedly water pipe ln1ulatlon/ Lo catlon B-2 . 

MDL=Minimum Detection Limit 
RQ = Result Qualifier B - The analyte was detected in the associated method blank . 

N - Identification is based on a mass spectral library search . 

Result Units 

20-30 % 

5-10 % 

90-95 'I(, 

10-20 'I(, 

30-40 'I(, 

100 % 

10-20 % 

20-30 % 

J - Estimated value . 

U - The analyte was analyzed for but not detected . 

bulk/rev .2 This report may not be reproduced . except in its entirety without the written approval of the WSCF Laboratory . 
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05/22/97 

05/22/97 

05/22/97 
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WSCF 
ANALYTICAL LABORATORY REPORT 

Attention: C Koerner B 1-35/DS Smith XS-53 

Sample # Client ID Test Performed Range Result Units 

W97I000921 BOL251 The following are the results of this test- Bulk Asbestos Layer 2 

Cellulose 100 % 

SAMPLE COMMENT-·· 5 % yellow/white woven ma terial with above . 

W97I000922 BOL253 Th!! follo~ng are the re1ulta of thi1_te1t · 

CA!llulo•e 

Bulk A1be~!>• Layer 1 _ . 

SAMPLE COMMENT··· 

SAMPLE COMMENT··· 

Chry1otile A1bestos 

99 % beige paper 

Reportedly water pipe insulation/Location B-3 . 

W97I000922 BOL253 The following are the results of this test- Bulk Asbestos Layer 2 

Cellulose 

SAMPLE COMMENT··· 1 % white woven materi al with above. 

W97I000923 BOL255 The following are the results of this test- Bulk Asbestos Layer 1 

SAMPLE COMMENT··· 

SAMPLE COMMENT··· 

Chrysotile Asbestos 

Amosite Asbestos 

98 % white fibrous and granular material 

Reportedly water pipe insulation/Location C· 1 

W97I000923 BOL255 The following are the results of this test- Bulk Asbestos Layer 2 

Cellulose 

SAMPLE COMMENT··· 2 % white woven material with above _ 

MDL=Minimum Detection Limit 
RQ = Result Qualifier B . The analyte was detected in the associated method blank. 

20-30 % 

20-30 '16 

100 % 

15-20 % 

5-10 '16 

95-98 '16 

J · Estimated value . 

N · Identification is based on a mass spectral library search . U · The analyte was analyzed for but not detected . 
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WSCF 
ANALYTICAL LABORATORY REPORT 

Attention: C Koerner B 1-35/DS Smith X5-53 

Sample# Client ID Test Performed Range 

W97I000924 BOL257 The following are the results of this test· Bulk Asbestos Layer 1 

SAMPLE COMMENT··· 

SAMPLE COMMENT---

Amosite Asbestos 

Chrysotile Asbestos 

95 % white fibrous and granular material 

Reportedly water pipe insulation/location C-2 

W97I000924 BOL257 The following are the results of this test· Bulk Asbestos layer 2 

SAMPLE COMMENT---

Cellulose 

5% white woven material with above . 

W97I000925 BOL259 The following are the results of this test- Bulk Asbestos layer 1 

SAMPLE COMMENT--­

SAMPLE COMMENT··· 

SAMPLE COMMENT---

Amoaite Asbestos 

Chrysotile Asbe,tos 

98 % white fibrous and granular (failed to find any 

chryaotile asbestos in th is layerl 

Reportedly water pipe insulation/Location C-3 . 

Result Units 

5 -10 % 

5 -10 % 

95--98 % 

4-8 % 

commentf(, 

W97I000925 BOL259 The following are the results o_f_t_h_is_ te_a_t_· ___ B_u_l_k_A_1_b_e_1_to_1_ l _ay~e_r_2 __ _ 

Cellulose 95-98 % 

SAMPLE COMMENT--- 2% white woven material with above . 

MDL=Minimum Detection Limit 
RQ = Result _Qualifier B . The analyte was detected in the associated method blank . J · Estimated value . 

N - Identification is based on a mass ,pectral library search. U - The analyte was analyzed for but not detected . 

bulk/rev .2 This report may not be reproduced , except in its entirety without the written approval of the WSCF laboratory. 
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WSCF 
ANALYTICAL LABO RA TORY REPORT 

Attention: C Koerner B 1-35/DS Smith XS-53 

Sample# Client ID 

W971000926 BOL261 

Test Performed 

The followin are the results of this test -

Mineral Wool 

95 % grey granular mate rial 

Range 

Bulk Asbestos la er 1 

SAMPLE COMMENT--­

SAMPLE COMMENT·· · Reportedly hot water pipe insulation elbow/location 0 -1 . 

W971000926 BOL261 The following are the results of this test· 

SAMPLE COMMENT· ·· 

Cellulose 

Fiberglass 

5% beige woven material with above . 

W971000927 BOL263 The following are the results of this test-

Mineral Wool 

95 % grey granular material 

Bulk Asbestos layer 2 

Bulk Asbestos layer 1 

SAMPLE COMMENT--­

SAMPLE COMMENT-·- Reportedly hot water pipe insulation elbow/location 0 -2 

W971000927 BOL263 The following are the results of this test-

SAMPLE COMMENT---

Cellulose 

Fiberglass 

5 % beige woven pieces with above . 

W971000928 BOL265 The following are the results of this test-

Mineral Wool 

95 % grey granular material 

Bulk Asbestos layer 2 

Bulk Asbestos layer 1 

SAMPLE COMMENT- ­

SAMPLE COMMENT- - Reportedly hot water pipe insulation elbow/location 0-3. 

MDL=Minimum Detection Limit 
RQ = Result Qualifier B - The analyte was detected in the associated method blank . 

N - Identification is based on a mass spectral library search . 

Result l! nits 

5 -10 % 

10-20 % 

80-90 'It, 

10-20 % 

5 -10 % 

90-95 % 

5-10 % 

J - Estimated value . 

U - The analyte was analyzed for but not detected . 
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WSCF 
ANALYTICAL LABORATORY REPORT 

Attention: C Koerner B 1-35/DS Smith X5-53 

Sample# Client ID Test Performed Range 

W97I000928 BOL265 The following are the results of this test· Bulk Asbesto• Layer 2 

SAMPLE COMMENT---

Cellulose 

Fiberglass 

5 % beige woven pieces with above . 

W97I000929 BOL289 The following are the resuhs of this le&!· Bulk Asbestos layer 1 

SAMPLE COMMENT--­

SAMPLE COMMENT---

95 % grey granular material 

Chry1ot ile A1beotos 

Mineral Wool 

Reportedly pipe in&ulation elbow/ location E-1 . 

W97I000929 BOL289 The following are the resuhs of thi• test· Bulk Asbestos layer 2 

SAMPLE COMMENT-· · 

Cellulose 

5 % beige woven pieces with above . 

W97I000930 BOL291 The following are the resuhs of thi• te&I· Bulk Asbestos layer 1 

SAMPLE COMMENT--­

SAMPLE COMMENT--

Mineral Wool 

Chrysotile Asbestos 

98% grey granular material 

Reportedly pipe in&ulation elbow/location E-2 . 

MDL=Minimum Detection Limit 
RQ = Result Qualifier B - The analyte was detected in the associated method blank . 

N - Identification i• ba&ed on a mass spectral library search . 

Result Units 

5-10 % 

90-95 % 

5-10 % 

6-10 % 

95-9B % 

20-30 % 

5-10 % 

J - Estimated value . 

U - The analyte was anal~ed for but not detected . 

bulk/ rev .2 This report may not be reproduced. except in its entirety without the written approval of the WSCF laboratory. 
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WSCF 
ANALYTICAL LABO RA TORY REPORT 

Attention: C Koerner B 1-35/DS Smith X5-53 

Sample# Client ID Test Performed Range 

W971000930 BOL291 The following are the results of this test- Bulk Asbestos Layer 2 

SAMPLE COMMENT---

Cellulose 

2% beige woven pieces with above . 

W971000931 BOL293 The following are the results of this test- Bulk Asbestos Layer 1 

SAMPLE COMMENT--­

SAMPLE COMMENT---

95% grey granular material 

Chrysotile Asbestos 

Mineral Wool 

Reportedly pipe insulation elbow/location E-3 . 

W971000931 BOL293 The following are the results of this test· Bulk Asbestos Layer 2 

SAMPLE COMMENT--· 

Cellulose 

5% beige woven pieces with above . 

MDL=Minimum Detection Limit 
RQ = Result Qualifier 8 · The analyte was detected in the associated method blank . 

N · Identification is based on a mass spectral library search. 

Result 

95-9B % 

10-20 % 

20-30 % 

95-98 % 

nits 

J · Estimated value . 

U · The analyte was analyzed for but not detected . 
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WSCF 
ANALYTICAL COMMENT REPORT 

Attention: C Koerner B 1-35/DS Smith XS-53 

Sample# Client ID Lah Area Test 

W971000917 BOL243 

W971000918 BOL245 

W971000919 BOL247 

W971000920 BOL249 

W971000921 BOL251 

W971000922 BOL253 

W971000923 BOL255 

W97I000924 BOL257 

Lab Areas: 

VALGROUP 

LOGSAMP 

TESIDATA 

TESIDATA 

TESIDATA 

TESIDATA 

TESIDATA 

TESIDATA 

TESIDATA 

TESIDATA 

TESIDATA 

TESTDATA 

TESIDATA 

TESIDATA 

TESIDATA 

TESIDATA 

TESIDATA 

TESIDATA 

V ALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Bulk Asbestos Layer 1 

Bulk Asbestos Layer 2 

Bulk Asbestos layer 1 

Bulk Asbestos Layer 2 

Bulk Asbestos Layer 1 

Bulk Asbestos layer 2 

Bulk Asbestos layer 1 

Bulk Asbestos Layer 2 

Bulk Asbestos Layer 1 

Bulk Asbestos Layer 2 

Bulk Asbestos layer 1 

Bulk Asbestos Layer 2 

Bulk Asbestos layer 1 

Bulk Asbestos layer 2 

Bulk Asbestos Layer 1 

Bulk Asbestos Layer 2 

VAL TEST - Test Validation 
LOGTEST - Login for Tests 

Thia report may not be reproduced , except In ill entirety without the written approval of the WSCF laboratory . 

Comment 

Validated 6 /3/97 by MK Hamilton . 

LOGGED BY MKG 5/ 19/97 . 

All samples reportedly from 3706A . 

80 % white fibrous and granular 

Reportedly AC unit duct work/location A - 1 

20% white woven material with above 

BS % white fibrous and granular 

Reportedly AC unit duct work/location A-2 

15 % white woven material with above 

90% white fibrous and granular 

Reportedly AC unit duct work/location A-3 . 

10% white woven material with above . 

95 % beige paper 

Reportedly water pipe inculation/Location B-1 . 

5 % yellow woven material with above . 

95 % beige paper 

Reportedly water pipe insulation/location B-2 . 

5 % yellow/white woven material with above . 

99 % beige paper 

Reportedly water pipe insulation/location B-3 . 

1 % white woven material with above . 

98% white fibrous and granular material 

Reportedly water pipe insulation/location C-1 

2% white woven material with above. 

95% white fibrous and granular material 

Reportedly water pipe insulation/location C-2 

5 % white woven material with above. 

Group#: 

TESTDATA - Test Data Entry 

97000773 
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WSCF 
ANALYTICAL COMMENT REPORT 

Attention: C Koerner B 1-35/DS Smith X5-53 

Sample# Client ID Lab Area 

W971000925 BOL259 

W971000926 BOL261 

W971000927 BOL263 

W971000928 BOL265 

W971000929 BOL289 

W971000930 BOL291 

W971000931 BOL293 

Lab Areas: 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

TESTDATA 

V ALGROUP - Group Validation 
LOGSAMP - Login for Sample 

Test 

Bulk Asbestos Layer 1 

Bulk Asbestos Layer 2 

Bulk Asbestos Layer 1 

Bulk Asbestos Layer 2 

Bulk Asbestos Layer 1 

Bulk Asbestos layer 2 

Bulk A1be1t o1 Laver 1 

Bulk A•besto• Layer 2 

Bulk Asbestos Layer 1 

Bulk Asbestos layer 2 

Bulk A•bestos Layer 1 

Bulk Asbestos Layer 2 

Bulk Asbestos Layer 1 

Bulk Asbesto• Layer 2 

VALTEST - Test Validation 
LOGTEST - Login for Tests 

This report may not be reproduced. except in its entirety without the written approval of the WSCF laboratory. 

Group#: 

Comment 

98 ~ white fibrous and granular (failed to find any 

chrysotile asbestos in this layerl 

Reportedly water pipe insulation/Location C-3 . 

2 % white woven material with above . 

95 % grey granular material 

Reportedly hot water pipe insulation elbow/location D-1 . 

5 % beige woven material with above . 

95% grey granular material 

Reportedly hot water pipe insulation elbow/Location D-2 

5 % beige woven pieces with above . 

95 "1. grey granular material 

Reportedly hot water pipe insulation elbow/Location 0 -3 . 

5 ~ beige woven piece• with above . 

95 % grey granular material 

Reportedly pipe insulation elbow/location E-1 . 

5 % beige woven pieces with above . 

98 % grey granular material 

Reportedly pipe insulation elbow/Location E-2 . 

2 % beige woven pieces with above . 

95 % grey granular material 

Reportedly pipe insulation elbow/Location E-3 . 

5% beige woven pieces with above . 

TESTDA TA - Test Data Entry 

97000773 
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Westinghouse Hanford Company 
WSCF laboratory 

, 

BULK LEAD/LEAD SWIPE SAMPLE REQUEST 
CHAIN OF CUSTODY FORM 

Radiation Zone Sample:~ Yes ~ No -h-,_e:Je>...~ Released by: - I Page .J...of .3 

Contractor: ICF-KH\ PNL WHC (circle one) or Other: ~ >f.. I ( Survey No: 
toll•ct~ ey (Print w_,, 

D~ i::.. a "--?A .... , 
Date Col ltctt'd: .. ~--=-, ,._,-C{ 7 

Uorlc Ordtt I Ort Coder Charge Coder \ISCF Cr~, t/ / ft 

. . p 2TA·o ") ,T1rG f;2J J ✓ , 7 eoo 17 3 . . . . 

. Samole Information Results Needed Bv: 

\ISCF lab No. . 1-.,le ic, •o. lOClll/lldg/Aree Specific location/Type . 7J..)-

\ISCF tab No. ,s-.:,le ID No. ltOClll/ll dg/ Aree Specific location/Type 

Oncrlptlon: 

) lAvev- -

"5Cf tab No. · s-.,le ID •o. ltOClll/ll do/ Area Specific location/Type 

/ 

USCF lab No. s-.,le ID No. ltOClll/lldg/Aree Specific location/Type 

/ 

\ISCF lab No. IMple ID •o. ltOOlll/ll dg/ ArH Specific location/Type 

I /10> I 

r .. ·w (,0 .;.,a, .4. ~) p o4 f w /ti ill L.,/:,.) 
I 

I I.I 

Chain of Custody 

Rel lnqulahed lyr Print Sltn D1te/Tl111e ClllmBny heelved lyt Print Slon Date/Time C~ny 

OU.lltyt 

Ffn1l h~l• 
O ltDOI It Iona 

, 

Unl••• 1 prior 1rr1ngement 11 In place, 1n1ly1l1 will be done In eccord1nce with the \11CF 
Ouellty A11unnce ProlHt Plan for ,,_,.trlel N¥alene Anelva11 

tulk •~l•• ere held et the \ISCF leboretory for et letat 6 1110nth1. They ere then dlacerCM<t 
•• h111rdoul v11t1 or used 11 r1f1renc:1 Nt1rl1l. Swipe tllll)ltt •r• consuried In enelysl1. 

Return Copy of Form wit~ Report ,na,~ 



Westinghouse Hanford Company BULK ASBESTOS SAMPLE REQUEST 
WSCF Leboratory CHAIN OF CUSTODY FORM (Cont) 

Contractor: ICF•KH PNL WHC (cfrcle one) or Other: I Paga 2::... of i 
wor1e Ordrr ,,or; cedcteharge CDdcr !Survey n W$CP Group ,a 

0), C:,l)Q / 7. 
-

Sample lnformetion 

WltP Lal) No. s~t• re >10. II OCllll/1 \ dQ/ ArU 
l Cpac:lffc Locatfor,/Type 

q~ ✓ fl.cl.").~ .3 ~ ?D6 i4- w....,k-v. P. (Je. k~- .\11.h.:;.-ft ,,._ "L .... 8-3 
Ducr!ption: I~ t- W L.J .....,\J\~ ~ ~ a ... ~- -rli\ou'l c. I 

/ll..O ---- m ~ ~.,,;._ J :;;_ t.~'+e:. ✓J 
,,,_ V 

(u h;-k .,C::l~~ C::. d V If" U Of ,/1, 1-e J p A 11..P....- t..-(.l.,.. :2.-

\lliC1 Lab 110. S~l• ro NO, I0011\/J l~g/Art1 s~cfffc L~cat fon/Type 

Q:)_~ ,/ 6oL-2S-~ Z7o'=, tl. ·VJ~ r,~e ~.SJ..11,L 1.~ / L.n, L.L ,, ~ c_ , I 
Du~r ipt!on: I i t- kd• .J 14. "-, 1,- PA-, .... \eo..1 w o -.; ~ h4 1,., _.., c.. ' (!) '! OS-

2 L.4-'-/e. ✓ s ). ~ .::- - '-!!£ ~ ""-l..,~ .Clvt!-,, I j 4 ~ve..../ 
"' . . "' I =•,cJ ~ C ' ~ • - -, ,_ ,~ < (){ .IJ1. 

✓ 

WSCF Lab liO, S1,:,pl1 10 NO. IOCllll/1ldg/lrt1 lipc~!f{c Loc• t i on/Tr,,e 

7~4 I 
f3Dl ). &'"" 7 'l?ob '4 \A/~kv p () p L.~su{ ~I,~,., )Lor~h:.,_ C- J 

c~scr i ~tion: /sf- -h4.Jed ._.,\..,\., P~,.J~J ~uvc...., t-,4.~.,-1 ' c. / o ?:i..>-
J L.A.v~v s ::;:; ~,,,~ /:.. ~- t; t1: · k .. J /\/ I ,_ ~tGk_ ~ ~ - - - ., •,J, •· , , . lu ...... ,i.,.,q_ -"1 .... 

WSCF Lab 110. Sa.~l• J:> NO, RClallll ld.a/ArH 3pecl f1e LOCat f OT'l/Type 

Cf ;)__S-✓ . f!,cL,2. s-q 37~611 W,4.k~ PP- T.-s,.l,4h~ ..... ) ~..,,J,:._ C- ~ 
Oucr,ption: '-'~ ~<!.J u..\.. ·~ p~.._,~.) \uc)v~,.., ~~ll'•l / Oct4D 
2- l...A..{evs . 2- ..r ..::_ u.., (,. l L, ...c (,,Pv ,'I. --'( £( v t.J.__ 1114 L.,,,.~ I ~ I ,N . 't-t.,.,. le 

, 

wsc, l i b No. S~ l• IC NO, loa:\/l ldg/At'H Spec: iffc Location/Type 

'1 ~-t/ ~OL..J. E> l J7bb 11 ~4- l _J- .A LV'" P,PP T .... \ I. L,_ l=I a.,... \J ) r> -
Description: hi- ~of) ,e. cJ . '-'--"' .: ~ u-C.Jv-',....J h-4~ V'I \ ... 1Jo oc 
).~yev <; )...,...) ~ '-'·: ~ C:, h P,., c) u J .c,, 1L HIJ!i iv,~/ ~ I ',v ~ ~ck 

\lltf La::. NO, Sans>l • 10 No, llocrr✓ B l d;/Aru $;,tefff~ Locatfon/T'r,)e 

Cj'},71 ~r) l- 2. L... ] -:?7e,{:... A- JJ...J.. , ,& L P, P ... r:.. ,s....l A.~., };{_tt .v lo -.:. 
Dascrir:,tio:,: ') l.,,,A.J,pvc, - I~ f::.oc;)e-J ,~1-t,"- u.,ave ~ h ... l.. ... ~ 

, 

.2 i:.;:. 1.,..,',, ·k h bc rovS f-(..,,1-,Lct; MA.~Vr•I 

Chain of uS1ody 
~ I i.v 1'"¼1c.\:... ./'OJ."O 

llelfl'ICI\Jfshed ay: P~fnt Sign Dl tl/Tfme CCft'C)lny , .c ,!v.d l y: Prfnt S{;n D•te/Tfmc COl'IO& 

rf2 A7_ ~ l;I-ST 
~/ f"ob '7 C'Yh -"'" 

✓~O 

fh. .:. ,? ,/ I/ ,d.,._./ -- £-15-f 7 /JlrT C-J.k <J.S-/l-~7,p 7 
I I /// 

/ 

01.11llty: Uni • •• a prier arrangement {s {n plDcc, • n1ly1f 1 wfll be done fn accorcanc:, with th1 WSCF 
oua lftY Asturanc• ProJaci ~l an for lnd'~strfnl Hygi ene Ana lyse, 

Final S~l• S~lts ar, he l d at t he wsc, laboratory fer at l111t 6 mcnths. They are then dlscardld as 
Oi~;,o,iticn: 11be1t~ ·cor1t1fnfn; waste. 

Return Copy of Form w1th Report 



Westinghouse Hanford Company BULK ASBESTOS SAMPLE REQUEST 
WSCF Laboratory CHAIN OF CUSTODY FORM (Cont) 

Contractor: ICF•KH PNL WHC {cfrcle one) or Other: I Paga .L of .2. 
worK ordrr "or; toelc/~nr;e Cgdc1 5ur-vey ·n WSCP Group II 

9 7 DU:O '7 7.Z.. 
-

Sample lnformetlon 

WSCP la.b NO. S~l• I0 110. IIOCffl/lld;/Aru ·' tpec:lffc locatfor,/T~ -
qJ)? v 

~c>l-). '"~ 3706 A- /Jo4-- \A.1141-., pp,.. L- \ ,~ I .o. h~ ... /:Tl ~c)w ltJ- : 
oucrlption: (~ -~<!....) u..\,,.~ -~ov~.,..,. 1--w.\o..-. ·, / /0)' 

J W..y-RV5 :l.d,- ~~,6_, -fi~-vu<.J<; +<..J-f-. .,,.-«L,~,~/ ~{ (,v -t-l, ,C:.. k. 
, 

\/SCP Lab NO. S~l• 10 110, lloarJJ lc1g/Aru Sptcfffc LOCltfon/T~ 

q '.'!Ci ✓ (J D l-}. 'iJ c.y ]'7o6'4- ?, Pc:2 1 J::.J"'-i,_ ' ~ 1.i.1 a ,- ~ I G'":_ ·\ 
Description: ~ ht--,1~.) v-\.\rh- r~,'....i'\eJ (.,Jv-.J,..,,..., ~'.he / I II.I~ 

2 lt,4._,,o,,,. .2. ~ t.vL •~ /:.r ~P✓u• -'C. f:.fuJ.J_ Vk~4'v,4.-J ~I, ;AJ, -1--L,,; /,-, 

WSCF Lab 11'0. S1~lt JC NO. loar✓lld;/lru Spc,lf{c Loe,tion/TY;)II 

9 )u f.1v1,.. 2 9 / :J'7o( rl- P, f ~ \~ s'""' \ "'"\,:,_ (;L IR t\ , I G" - ) 
0~scrir:;iti0n: />I- ~J~ \,-/\\--~ f>.A~~ luc.:,\.../0,,,,,._,, fiA-b.-,c:, I 

ll'fJ 

}._ · /,,.iA-yer l~ l .. 1.J,,t ~ L, -hLcv,)<..J~ ,.frul-J~· ,..,,,4-~v.·.~,1 
r 

C. I \ µ . -LC..,c. ~ 

WSCF Lab llO. sa::~l. I I) NO. llOCIII/IIC,g/ArH Sp•,efffc LoeatiDl'l/T~ 

q?;/ ✓ ·t:3,c,t.. .2 car~ ?70(, ~ -- P,Pe \ ~ S\J .Ah~,~ I:'<.... tl3 c) l.)J / 17-.3 
Dtscription: Jsf F,.. cJ., d '-'" ¼,"\,e f A•~e,) i>,,,Cj.,_, Q ,,._, -f->4 I, v, c. 11.rr 

~ l<A.vl?v- .,.~...::! t.,...\,.(~ {:., ~Pvllu ( {{~ .. Ytt---./ ,(,l.,o.kvi'A. ( 
,-v l ,JJ . ~.c. r--

WSCP lab llo. S~l1 10 110. locr./11 d;/ Arn Speciffc Loc1tfon/Tr,>t 

D11cript1on1 

WICF ta::i No. S11ml • ID No. llOOll'✓ ll l d;/Aru S?tefffc Loeatfori/Ty;,e 

D•scri,::1tion: 

Chain of Custody 

"•l fncr.ilshed 11y: Print Sfgn DIU/Tfni. coni:i.r,y llKeived ly: Prfnt st11n DIU/Tfme COIICI: 

~&y~I ~;-- I J...SS 
iLL1 cv5-~-- _, ,/~~ 

/.;xP 
c;'-1 t; -OJ 7 :Q,,, rJ.~b /)_<J.-4---;; 

/ // 
, , 

aualfty: Uni••• a prier 1rr1ngeme~t Is In pl~e~, • n1lysis wfll bl done fn acc0r~1nc1 wfth the WSCF 
ou1lfty As1ur11"1C1 ProJ •ct ~Ian for Industrial Hy111cne Analyse, 

Final S~l• S~lH are held at :he ._,sc, lal)oratcry for at lun 6 rrcnths. They art then dlscardtd ar 
Oi6;,oaitii:n: asbe1t~·corit1ining waste. 

Return Copy of Form with Report 

- '-


